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11/08/85 ue en ee ere Pe 1 
MODEL. : 


Hee 
oo Q-. LITERATURE H/C H/C PART: FICHE FICHE PART M =P DP . 
(NUMBER 2 C0 TYPE ‘DATE’ NUMBER DATE NUMBER: Lo T .V-6 MOREE 
: ete : -_ eek DESCRIPTION ##* DESCRIPTION *#* DESCRIPTION *&* DESCRIPTION sok DESCRIPYION Yeo 
A“1/A~1R oe OPER & SERV MAN. APR65 00001-97323 MAY71 00001-91373 0111: 01 ry 
AC-4A OPER & SERV MAN JANOO. 5228-900 SEP71. 5228-903 01. 02 03 
a MAN CHANGE. MAR62 5228-9000 = 10326A 
MAN CHANGE B - -MAR62 5228-900 : 
AC=4A/B MAN FEB60 5225-900 10342¢ 
; AC“4A/B WAN CHANGE MAY62 5228-900 en 
AC-4B 0 OPER & SERV. MAN JANOO 5228-900 - $EP71. 5228-903 01 02 03 e 
MAN CHANGE MAR62 522B-900 
MAN. CHANGE 8. MARG2 5228-900 -10366A 
AC-4A/B HAN FEB6O 5228-900 
AC“4A/B MAN CHANGE MAY62 5228-900 40366B 
AN/USM 1408 OPER & SERV MAN DEC65 1708-901 MAR71. 1708-801 01 08 05 -103S7A 
MAN. CHANGE MAY68. 1708-901. 
AN/USM 141A. OPER & SERV MAN DEC65. 1708-901 MAR71. 1708-801 01°08 05 10373A 
MAN CHANGE MAY68 1708-901 ; 
4 0375 A 
D-18 OPER & SERY MAN FEB65 00001-91316 MAY71 00001-91366 01 11 01 
p-2 OPER & SERV NAN FEB65 00001-91316 MAY71. 00007-91366 01 11:04 10376A 
DTS-70 OPERATOR'S MAN APR77 09571-93003 JUN77 09571-93004 &L 01 09 01 
; PROG'S REF MAN MAR?7 09571-93005 .  APR77 09571-93006 8L 01 99 03 103794 
REFERENCE MAN NOV76. 09571-93015 FEB77 09571-93016* 8L G7 09 01 USE FICHE 02100-90140. 
PROG'S REF MAN SEP77 09571-93020 OCT7?. 09571-93021 8L 01 09 03 FOR SOFTWARE REC C & ABOVE 103804 
ET19715. SERV MAN JANB3: 64621-90902 MAYB3 64621-90802 8L.01 D2 03 
MAN CHANGE FEB83 64621-90902 — itsodiic 
| F=1A SERIES OPER & SERV MAN APR65 00001-91318 MAY71 GO001-91368 01 17-01 rGishba 
F-38 SERV NOTE SET BELOW MAY78 7 
 F-3B-1 MAR67 SER BELOW 645.MOD TO IMPROVE PERFORMANCE WHEN REPLACING LINE FOLLOWER HEAD. 10380A-~ 
F-3B & F-3 OPER & SERV MAN DEC68 00003-90000 0cT74 00003-90050 01.11 02 10380A/ 
| FRIDEN SP~2 SERV NOTE SET BELOW MAY78 40381A 
SP -OCT67 WN LUBRICATION FOR FRIDEN SP=2 MOTORIZED TAPE PUNCH 
GENERAL SERV NOTE SET BELOW JULES : 
AUTOGRIEP FEB66... AUTOGRIP RETROFIT INST FOR OLDER. X-Y RECORDERS 103824 
HP-IB-1=—=s—=——Ss~S:sSS N76 WN ALL HP=IB COMPATIBLE INSTRUMENTS HP-IE LINE NAME CHANGES | 
MISE ne =. RECOMMENDED REPL. OF PRECISION POTS 
M20E - MAR69 RECOMMENDED PROCEDURES FR COMPONENT REPLACEMENT ON ETCHED CIRCUIT BOARDS 
Meee AUG66 CABINET: TO RACK MOUNT: CONVERSION KIT 10388A 
M37. JAN65 TRANSIENT-RESPONSE TEST SET FOR CONSTANT-VOLTAGE,RESULATED be POWER SUPPLIES . 
H-38 _.. JUN73. TROUBLESHOOTING TIPS FOR HP POWER SUPPLIES 2 
639 '- JUN67. ~~ MAINTENANCE LOG FOR DIGITAL TAPE UNIT 1035894 
Map - IDENT.PHOTOS. OF. TERMINAL POSTS,PIN CONNECTORS, STANDOFFS AND FEED THRUS ETC. 
fee 4. . GCT6B°-- TOOLS FOR 2020/3029/3030 TAPE UNITS : 
H-43A - .AUG69 REPL +.ADJ HEAD GATE ASSY ON 2020/3030 TAPE UNITS 104AR 


- Meas 2 FEBEY NEW PART NO*S.FOR: ANALOG HEAD ASSY. 


V4/08/BS ee Hie TNE a 2 Petes: doh ale ees  page2 | sd tt age 
~— MODEL a LIVERATURE | We (H/C: PART FICHE. FICHE. PART MP DP et wk AS 5 a =. : i MODEL 
NUMRER Ct: “TYPE. 2 ATE  MMMRED -  haTr oO ARMneD ee ey eee i hid ean: 


GENERAL SERV NOTE SET BELOW JUL85: 
AUTOGRIP FEB66. AUTOGRIP_ RETROFIT INST FOR OLDER X-¥ RECORDERS 
JAN76. WN ALL HP-I8 COMPATIBLE INSTRUMENTS.HP-IE LINE NAME CHANGES 
= RECOMMENDED REPL OF PRECISION POTS 
MAR6? RECOMMENDED PROCEDURES FR COMPONENT REPLACEMENT ON ETCHED CIRCUIT BOARDS 
-- AUG66 CABINET TO RACK MOUNT CONVERSION KIT ' 
ee) ‘TRANSIENT-RESPONSE TEST SET FOR CONSTANT-VOLTAGE £,REGULATED pe POWER SUPPLIES ° 
~ §UN73.-- TROUBLESHOOTING TIPS FOR HP POWER SUPPLIES 
JUN67 MAINTENANCE LOG FOR DIGITAL. TAPE UNIT 
= IDENT.PHOTOS OF TERMINAL POSTS) EIN . CONNECTORS, STANDOFFS AND FEED THRUS ETC. 
GCT68.. TOOLS FOR 2020/3029/3030 TAPE. UNI 
AUG69 REPL + ADJ HEAD GATE ASSY ON 2020/3030 TAPE UNITS 
FEB69.. NEW PART NO'S. FOR ANALOG HEAD ASSY. 


11/o8/as : - PAGE 2 
4) LITERATURE H/C H/C PART FICHE be EARS MP DP . os : 
MIPGER Cc. TYPE. DATE NUMBER DATE Lo TVG 
wee PS kkk DESCRIPTION *** DESCRIPTION kkk DESCRIPTION *#* ‘DESCRIPTION tik DESCRIPTION RK 


CLEANING & LUBING ROTARY SWITCHES 


| GENERAL 


_ BAe igh JUNZ0. KN MAIN PWR WIRING FOR CABINET MODELS — 
M-48A - MAR79 WN ALL SER.REV REC PROC FOR AUTOGRIP CLEANING 
K-49 ~ OCT70 WN SERVO MOTOR REPAIR RECOMMENDATIONS 
-50C MAY73 ‘TOUCH“UP PAINTS FOR COMPUTER PRODUCTS 

MST JAN73. TROUBLESHOC FING GROUND CURRENT. SCORCE 
M53 NGV73 TEST EQUIP CR REAL TIME SCOPES 
M54 FEB74 REC CLEANING SOLVENTS FOR ALUM CAPS 
MASSA MAY76 WN ALL SERIALS.AUTOGRIP RETROFITTING + CLEANING PROCEDURE.SUPERS NSO,MSOA, MSS 
USGA JUN77 WN ALL PREFIXES. CONTRAST FILTER CROSS REF FOR 13XX CRT DISPLAY 
nee. - SUL7T7 WA yen Fan POT SAFETY HAZARDS FOR SANTA ROSA DIV SPECTRUM/NETWORK ANALYZERS, 

P 
H~14S SEP65 POLYSAND ABRASIVE FOR CLEANING MOSELY RECORDER SLIDEWIRES 
130 MAR6S CLEANING AUTOGRIP TABLES ON NOSELEYS 
135 MAY6S LUBING SLIDEWIRES OWN MOSELEYS 
138 JUL6S MOD TO ACCOMODATE CHARACTER PRINTER 
5083-1 FEB75 WO ALL RECT. STORAGE CRTS.REMOVAL OF CHARGED PARTICLES 
5083-2 FEB75 WO EFFECT OF MAGNETIZATION 
M58-S FEB78 WN SAFETY.ELIM OF FOT SAFETY HAZARD 
H59-e- MAR81 WN SAFETY.PROD SFTY: SERV NOTE INDEX 
5083- ‘APR78 WN REC USE OF BLACK TAPE ON CRT GASES TO PREVENT CRACKING 
5083-5 FEB79 WN ALL SER.REC REPL PROC FOR arear eeepe STORAGE CRT'S 
5083-6 MAR79 WN DO NOT REMOVE BLACK TAPE ON CRT 
5083-7 MARB1 WN CRT PART NOS SOBS=194X,50RS-25XX. texeL 251198 5083-37XX.INCR SCREEN UNIFORMITY FOR | 
. CRT SERIALS 520537 & HIGHER 
5083-8 * FEBS4 WN GEN END OF SUPPORT FOR CATHODE RAY TUBES 
5803-9 FEB84 WN CROSS REF OF AP CATHODE RAY TUBE P/N TO SE ERGEAL TUBE TYPES 
5033-10 NOV84 WN END SUPPORT FOR SELECTED CATHODE RAY TUBES 
5083-11 NOV84 WN END SUPPORT FOR CAYHODE RAY TUBES USED IN 1700A/8,1701A/B,1706A/B&1707A/B INSTR, ALL. 
CONT'D: : OPT P/N 5083-2752 
5083-12 JAN85 WN END SUPPORT FOR CATHODE RAY TUBES USED. IN 1331A/C._& 1208A/B INSTR,: ALL OPT 
5083-14 APR85 WN END SUPPORT FOR CATHODE RAY TUBES USED IN 17106,1712A,1720A,& T720AF INSTR, ALL OPT 
CONT'D P/N. 5083-4052 & 5083-4070 


G2A. OPER & SERV MAN —s MAY68 00002-90002 = APR74 00002-90052 01.11 02 
628 - OPER & SERV BAN = MAY68 00002-90002 APR74. 00002-90052 01.11. G2 


G347A-C02 «OPER: NOTE DEC71. 347A-903 JAN78 00347-90012 8L 01 04 01 
OPER NOTE MOD DEC71 347A-903 


G347A~CO3, OPER NOTE DEC71 347A-903 JAN78 00347-96012 8L 01 04 01 
. OPER NOTE MOD DEC71 347A-903 : 


H P LE USERS GUIDE SEP74. 59306-90001 OCT8S 59300-90003 8L 01 02 O2 FOR 9820A & 9821A CALCULATORS 


USERS GUIDE —=sNOV74_- 59300-90002 OCTBS 59300-90004 8L 01 02 02 FOR 9830A CALCUSTOR 
CONDENSED DESCRIPT MAR/S 59401-90030 OcT&5 59401-90090 8L 01 02 01 


HOS~4276A «OPER & SERY MAN. ‘JUL83. 04276-90200. ... JANB4. 04376-90250 8L 01.33 01 
MAN CHANGE -- 0CT83 04276-90200 ine . 


H3A7A-CO2° «OPER NOTE " DEC77. 3474-903 ~ JAN78 00347-90012 8L 01 04 01 
OPER NOTE MOD =“ DEC71.-347A-903 Ag 


‘| HBS7A-CO3 “OPER NOTE - DEC?1 SA7A-903 JAN78 


00347-90612. 


11/08/85 eS Se ee = Bet BR eG a PS PAGE 3 
MODEL == 0 ..: LITERATURE. H/C 4/€ PART “FICHE “FICHE PART MPO ODP ee 

MUMBER 2 Co TYPE DATE NUMBER “DATE. NUMBER) LT G 
een res d gag es Se ee = 3 DESCRIPTION kK DESCRIPTION kkk DESCRYPTTON kkk DESCRIPTION dk NESCDTDTTAN wee 


10382A - 


10388A 


103898 


104AR 


41/08/85 
MODEL 


_ NUMBER 


~40403A 


10404A 
10405A 
10407A 


104078 


104084 


“404094 


105104 


| 104774 
404120, 
10421A, 


10451A 


1104774 


10478A 
104794 


104798 


| 104804 
} 104808 


10487A 
10488A 


10490A 


“10491 


104944 
104950 


‘yygeres 
NURBER 


HPIt 


HOS-4276A8 


HBA7A-COZ 


HB47A-CO3 


49/08/85 
‘MODEL. 


NUMBER 


H3A7A-CO3 


| KS-19353 Lé 
| KS*19763L1A 


KS~19977L-1 


| KS-20548 11. 


| ks-20548 12 


KS=20626 


- KS-20626-11 


KS~-20826-L2 


- KS+20626-L3 


KS-20626-L4 


KS-20626-L5 


KS¥20626-L6 


_KS+20626-L7 


K281¢ 


K87474 


91/08/85 
MODEL 


NUMBER 


USERS GUIDE 

USERS. GUIDE 
CONDENSED .DESCRIPT 
OPER & SERV MAN 
MAN CHANGE 


OPER NOTE 
OPER NOTE MOD 


OPER NOTE 


LITERATURE 
TYPE | 


OPER NOTE MOD 


OPER & SERV MAN 


MAN: CHANGE 
OPER &. SERV. MAN 
MAN CHANGE 


OPER MAN 
SERV MAN 


MAN. CHANGE 


SERV MAN 


MAN CHANGE | 


SERV MAN VOI. I 
MAN CHANGE 

SERV MAN VOL II 
MAN CHANGE 


OPER ‘ SERV MAN 
MAN. CHANGE 


SERV NOTE SET BELOW 
KS~20626-1.(86052~1) 
KS=20626-2(86052-2) 


OPEK ‘& SERV HAN 
MAN CHANGE 

OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER £ SERV MAN 
MAN CHANGE 


Hen eH nee MAN 
MAN C 


OPER & SERV MAN 
MAN CHANGE 


OPER. & SERV HAN 


MAN CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
“MAN CHANGE 


OPER & SERV MAN 
SERV. NOTE SET SELOW 


REL N A ARRES EASY! 


LITERATURE. 
TYPE 


SEP74 59306-90001 
NOV74 59300-90002 


MAR?S. 59401-90030 
 JUL83 04276-90200. 


OCT83 04276-90200 
DEC74 347A-903 


~ DEC?1 3474-903 


DEC71 347A-903 


H/C H/C PART 
DATE NUMBER _ DATE NUMBER LT 
+ek DESCRIPTION #** DESCRIPTION *** DESC 


DEC71 347A-~903 


SEP70 00236-90003 
MAY74 00236-90003 


‘APR70 00193-90905 


MAY71. 00193-90905 


AUG67 05247-9003 
SEP67 05247-9005 
OCT68 05247-9005 


JAN717 03701-95001 
JUN75. 03701-95001 


JAN71. 03702-95003 
MAR7S 03702-95003 
FEB?71. 03703-95001 
JAN73: 03703-95001 


AUG74 08605-90043 
AUG74 08605-90043 


-0cT8s 
OcT85. 


ocTs5 


“JANB4 
_ JAN78 


JAN78 


FICHE 
JAN78 
JUN7S 
MAY74 


FEB72 
JAN78 


DEC75 


JUN75 
MAY74S 


WANES 


ocTa4 


59300-90003 8L 01 
59300<90004 8l 01 
59401-90090 8L 01 


04376-90250 8L 01 


00347-90012 BL 01 


00347-90612 8L 01 


FICHE PART MP 


00347-90012 BL 01 


00236-90053 01 


00193-90805 01 


05247-9014 so 
05247-9015 BL 01 


03701-95026 8L 01 


03702-95028 01 
03703-95026 01 


08605-90044 BL 01 


JUN73. WO IMPR OPER AMPLF FOR A2 & A3 BOARDS — 
JAN74 WO REC REPL FOR LINE FILTR CAP C1 


AUG74 08605-90043 
APR76. 08605-90043 


AUG74 08605-90043. 
APR76 08605-90043 


&UG74 08605-90043 
APR76 08605-90043 


AUG74 08605-90043 
APR76: 08605-90043 


AUG74 08605-90043 
APR76 08605-90043 


AUG74 08605-90043 
APR76 08605-90043 


AUG74 08605-96043 
AER76 08605-90063 


APR8O 00281-90030 
JAN84 69281-90042 


AUG72. 04747-90015 


MAY7E, 68747-90015 
-JUNB2 08747-90029 


MAY85 


MAY8S 


MAY85 


~ MAY85 


MAY85 


MAY85 


MAY85 


AUG8O 


-MARBS 


JAN85 
ocTs2 
2 


08605-90044 81 01 
02505-90044 8L 61 
08605-90044 SL 01 
08605-90044 &8L 1 
08605-90044 8L 01 
08605-90044 8L 01 


08605-90044 8L 01 


00281-90031* 8L 01 


00281-90044 8L 01 
08747-90016 8L 01 
08747-90030 8L 01 


JUL8 
MARA2 WN ALL SER. PACKAGING INSTR FOR SHIPMENT 


owe H/C PART 
‘DATE NUMB 


“FICHE. 


02 02 FOR 9820A & 9821A CALCULATORS 
O2 O2 FOR 9850A CALCULATOR 


04 


04 


D. 
VG 
RIPTION *** DESCRIPTION werk DESCRIPTION. *e* 


04 


09 


08 


02 
02 


45 


33°01 


01 


01 


P 


01 
01 


03 


01 
03 


03 


04 
02 


05 


06 


06 


06 


06 


06 


06 


01 
01 


02 


PAGE 3 


, 06. 


USE K281C FICHE 00281-90044 
SEE TITLE PAGE FOR List OF OPTIONS 


02. 


“FICHE | PART M Pp. D FE 


PAGE . 


- DATE NUMBER =k TV 
“tik DESCRIPTION ake ‘DESCRIPTION wick DESCRIPTION ke DESCRIPTION ‘ne DESCRIPTION kk 


“10488A 


104904 
10491A 
10494A 
104958 


11/08/85 
MODEL . 


NUKBER - 


404964 
105 


405A-K07 
4058. 


051A 


405118. 


10515A 


1052A 


_| 1025-600 


105254 
40525c 


40525H 
10525T 


10525T-HO: 


10526T 


10528A 


10529-600 


405294 


; 105334. 


11/08/85 
MODEL 
NUMBER 


MAN CHANGE ss AF R76 08605-90043 See eee ere G 40529-6001 


K281C OPER & SERV MAN PR8O 00281~90030 AUG8O 00281-90031* 8L 01 04 01 USE K281C FICHE 00281-90044 | -405294 
-, OPER & SERV MAN 69281-90042. MAR84 00281-90044 8L 01 04 01 SEE HIItS PAGE FOR LIST OF OPTIONS oan 


KB7A7A OPER & SERV MAN AUGT2 06747-90015 “JAN8S 08747-90016 &L 01 45 02 
os MAN CHAN  WAYZ5 68747-90015 
OPER e SERV HAN J 32 08747-90029 OcT82 08747-90030 8 01 45 02 
NOTE SET BELOW JUL82- 
RevA7An1 IRBTATAN1/ MARB2 WN ALL SER. PACKAGING INSTR FOR SHIPMENT 


11/08/85 oo : ia PAGE & 11/08/85 
MODEL LITERATURE. H/C PART FICHE = FICHE PART MP p Pp MODEL 
NUMBER co TYPE NUMBER DATE NUMBER) =oL OT NUMBER 

aoe ee wkkk DESCRIPTION *## DESCRIPTION #** DESCRIPTION deitk DESCRIPTION fe DESCRIPTION *he ce 

B7A7A = (iit*:é«éRS'AKT'B“1— j 

Ke ie | 3 | ren: 10536A 

MX-2962/USM OPER & SERV MAN MAR62 166D-901 FEB78 166D-801 BL 01 08 O2 ALSO MODEL MX-2962/USM-105A 

MAN REVISED PAGES . SEP63 1660-901 Nee eae _ 

MAN CHA AUG64 166D-901 : | area pee 
sas ee MAN CHANGE BACKDATE AUG64. 1660-901 ee BE Aa Be | 105384 © 
MX29308/USM OPER & SERV'MAN _—DEC65. 1708-901 - MAR71. 1708-801. 01 ‘s Ales : aera mee eke meee!) 
MAN CHANGE MAY68 1708-907 a oat aed aaeena 

MX3078A/USM OPER & SERV MAN DEC65 1708-901 MAR71. 1708-801 01 ar : 

Ae _ MAN. CHANGE NAY68. 1703-901 ee 105508 

OS~189A(P) OPER & SERV MAN NOV69 00180-9091 -—-FEB80 06780-90810 aL 01 MODEL # OS-189A(P)/USM~281 ts : Se ee 

MAN CHANGE DEC79 00180-90910 en mas i | 105528 

PL1186A/USM OPER & SERV MAN FEB70 01861-90906 JUN70 01801-90806 01 anecey 

P281C OPER & SERV MAN APR8O 00281-90030 AUG80 00281-90031* 8L 01 04 01 USE P281C FICHE 00281-90044 - : 

; OPER & SERV MAN JANBA (35021-90083 MAR84 00281-90044 8L 01 04 01 SEE TITLE PAGE FOR LIST OF OPTIONS ey 
P8747A OPER NOTE JUL69 ©8787-90004 JAN85 08747-90006 8L 01 [ee ee 
ae MAN CHANGE  DEC72 -** 747-90004 ; : ee oe 
PO32A OPER NOTE JUN67 00232-90001 JUN70 00932~90002 01 : {| 10557A 

@ SERIES OPER & SERV MAN JAN66 00003-91324 APRS1 00003-91374 8L 01 -10558A ne 

QB486A  QPER & SERV. MAN MAY8S 63486-90001 JUL85 08486-90002 8L 01 7 10559A 

RBAS6A “OPER & SERV MAN MAY85 08486-90001 JUL85 08486-90002 8L 01 % 10562 

RE7A7A OPER & SERV MAN AUG72 08747-90015 JAN85 08747-90016. 8L 01 =i 10562A~-001 

= _- MAN’ CHANGE MAY7S 08747-90015 
SERV NOTE SET BELOW JULB2 105658 
K8747A-1/RB747A-1/ MARS2 WN ALL SER.PACKAGING INSTR FOR SHIPMENT 

R87478=1 Agee 
R8747B OPER & SERV MAN FEB82 08747-90032 0c782 08747-90033 8L 01 ised 10567A 

SERV NOTE SET BELOW JUL82 

- -KB747A-1/R8747A-1/  MARS2 WN ALL SER.PACKAGING INSTR FOR SHIPMENT 
R87478-1 ae ; ne | 105694 
~ SERV NOTE SET BELOW MAY78 205 7 lee 10579A 
SCR-10=1_ FEB69 HOW TO SERVICE A 10KW SUPPLY (CAREFULLY! !) 
SCR-10-2 MAY69 WO MAINTENANCE INFO TO INCR FAN RELIABILTY ON UNITS PRODUCED PRIOR TO AUG 1969 _ oe 
SCR710-3 AUG69 WO MOD OF 380- + 460- VAC INPUT SCR'S ON UNITS PRODUCED PRIOR TO JUNE 1969 10580A 
SCR~10-5 AUG70:-WN MOD TO IMPR DERF ON UNITS PRODUCED PRIOR TO DEC 1968.SUPERSEDES SCR-10-4 
OPER NOTE. JAN68 00382-90010 —-- SEP70 00382-90013* 01 04 01 USE S382C FICHE 00382-90036 
OPER NOTE —s—*——S=SwM ANB: 182-9010 SEP70 00382-90013* 01 04 O1 USE $382C FICHE 00382-90036 “ | 905814 
OPER NOTE ~ dANBA “7782-90035 —- MARB4 00382-2036 BL 01 04 01 ee : 


ee ee 7 10583A 
OPER NOTE ~ JANOO &" JA-900 SEP77 00810-90004 01 04 01 


MODEL 0 LITERATURE =H/C w/e, PART HOHE FICHE PART « P D- P ee Se Pes MOD " 
MMBER —C TYPE DATE NUMBER -—sdDATE. =——SNUMBER =o STV po, io BUBER 


kk DESCRIPTION tala DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION nik DESCRIPTION ee : 
10585 


TALCLI eae @ AbEe mahi _° Tlie ‘Canze-O"nvs io Risa B4 RSE LAWASS. Or Aa AA Re 


11/08/85 
“MODEL 
* NUMBER 


-TOS6L 
x281¢ 

X781 
XBASOA. 
X8747A 
04275-65001 
| os451-60025 
(09570-80006 
09570-60005 
09570-60006 
09570-60007 
09570-60014 
09570-60018 
09570-60033 
09570-60037 
69570-66508 
09570-66578 


Fe 
100A 


1008 


4008/C/D 


100¢ 


11/08/85 
MODEL 
‘NUMBER 
| 1000 
ee 


SCR-10~3 
SCR=10-5 


OPER NITE 


OPER NOTE 
OPER NOTE 


“OPER NOTE 


LITERATURE 
TYPE 


PROG & OPER MAN 


OPER & SERV MAN 
OPER & SERV MAIl 


OPER NOTE 
OPER NOTE 


OPER NOTE. 
MAN CHANGE 


- OPER NOTE 


OPER & SERV: MAN 
OPER & SERV MAN 
OPER & SERV MAL 


SPER & SERV MAN 
OPER & SERV MAN 

OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV HAN 
OPER & SERV MAN 
OPER .& SERV MAN 
MAN CHANGE 


OPER & MAINT. MAN 


OPER & SERV. MAN 
MAN CHANGE 100A 
MAN CHANGE 7008 


OPER & SERV MAN 


MAN CHANGE 100A 
MAN CHANGE 1008 


SERV NOTE SET BELOW 
M4 J 


OPER & SERV MAN 


MAN. CHANGE 
' OPER & SERV MAN 


LITERATURE ~~ 
TYPE 


MAN. CHANGE 
OPER & SERV MAN 


_ JAN68 00382-90010 


a 
oa 
.) 


WO MOD OF 38U=- + 460= VAC INPUT SCR'S ON UNITS PRODUCED PRICGR TO JUNE 1769. 


“AUG70. WN MOD. TO. IMPR DERF ON. UNITS PRODUCED PRIOR TO DEC 1968.SUPERSEDES SCR-10-4 


JAN68 00382-90010 ‘SEP70 00382-90013* 01 04 01. USE $382C FICHE 00382-90036 


SEP70 00382-90013* 01 04 01 USE $382C FICHE 00382-90036 


JAN84 “**82-90035 MAR84 003823036 8L 01 04 01 


JANOO &.A-900 


H/C H/C. PART 
DATE NUMBER 


SEP77 00810-90004 


FICHE 
A 


01 04 01 


set jl ed PART MP OD c. 


PAGE. 5 


DATE BER LT V 
‘#ke DESCRIPTION *** DESCRIPTION *e* DESCRIPTION. kkk DESCRIPTION week DESCRIPTION wick 


JUN81 91075-93026 


JUL62 100A-900 
JUL62. 100A-900 


H/C H/C PART 
‘DATE 


NUMBER 


-HIAY62 1000-900 
~ JUN6S 00100-9003 


“FICHE 
° DATE 


MAY78 
MERCURY. COLUMN. THERMOSTAT: REPLACEMENT 


00771 00700-9004 


OCT? 00100-9004 
~oct71. 00100-9007 


XS 


CRYSTAL OVEN 
Nové2 100¢-900 OcT71 00100-9005 01 02 0% 
— JANOD 100¢-900 ; 
JANOD 1000-900 01 02 01 


“FICHE pean Me Pp DP 


01.02 01. = 
01 02 02 — 


AUG81 91075-93027 8L 01 09 01 

-SANBs 0p261-90068 MARBA OO281-90084 BL O1 04 OF SEE eee ASPET ioe 
‘MaY68. 00781-90005 JUN83_ 00781-90006 8L 01. 04 01 
MAR66 08440-70008. JAN85 08440-90009 8L 01 23 01 
JUL69 08747-90004 JANES 08747-90006 8L 01 04 01 
DEC72 08747-70004 

FEB81 64275-90100 APR81 04275-90150 8L 01 33 01 
NOV74 05451-90217 = DEC 74: 05451-90218* 01 02 01 USE 5451C FICHE 05451-90503 
NOV76 09570-93007 FEB77 09570-93008 8L 01 09 02 
NOV76 09570-93005 FEB77 09570-93066 = 8L 01 09 02 
K2V76 09570-93001 | FEB77 09570-93002 8L 01 09 02 
NOV76 09570-93003 FE877 09570-93004 8L 01.09 02 
MAR77 09570-93019 JUN77 09576-93020 8L 01 09 02 
MAR?77 09571-93017 ~JUN7?7 09571-93018  8L 01.09 01 
NOV76 09570-93013 FEB77 09570-93014 8L 01 09 02 
MAR7?. 09570-93019 JUN77 09570-93020 8L 01 09 02 
MAR8O 09570-93023 MAY80 09570-93024 8L 01 09 01 
aa Aeeencoanee SEP82 09570-90075 8 01 O09 02 
SEP64 00001-91314 JUL80 00001-91364 8st 01 11 01 
JUL62 4100A-900 AUG80 00100-9006 8L 01.02 01 
JUL62 100A-900 

JUL62.-100A-900 

JUL62. 100A-900 AU680 00100-9006 8L 01 02 01 


_ PAGE 6 


NUMBER = LT. VG 
7 etek DESCRIPTION wik DESCRIPTION kkk DESCRIPTION ik DESCRIPTION kik DESCRIPTION » Wee 


AUQOUA 


“105814. 
105830 


11/08/85 
MODEL 
NUMBER 


10585A 


10586A 
10590 
405938 
-AD6A- 
1068 © 


10618A 
106258 
10626A 


10631A/B/C 


106384 


10671A 
10672A 
10673A 
106744 
-10686A 


10692A 
106928 


11/08/85 
MODEL. 
NUMBER > 


10693A 


~4008/C/D ‘SERV NOTE SET BELOW MAY78. : eee 10692A 
M4 _ VANTT CRYSTAL OVEN MERCURY COLUMN THERMOSTAT REPLACEMENT. 406928 
100¢. OPER & SERV MAN _—-NOV62_ 100C-900 ocT71 00100-9005 01 02 01 
wonee MAN CHANGE : JANOO: 100¢=900 : ee ; 
100D OPER & SERV MAN JANOO 100D-900 0cT71.00100-9004 


0102 01 


11/08/85. 
MODEL 


LITERATURE | 
TYPE 


OPER NOTE 


SERV NOTE CET REI OU 


OPER NOTE | 
- OPER NOTE 


H/C 


DATE 


H/C PART 


NUMBE 


- MAR7B 5955-4160 
JANBO 5955-6263 


_ JUN69 5950-4098 


FICHE 


SEP81 5950-4099 - 
> ~apb7a Pe Mae i 


FICHE PART M P D PB 
R DATE NUMBER L TV ae 
tik DESCRIPTION wick DESCRIPTION *** DESCRIPTION tik DESCRIPTION tek DESCRIPTION pre 


MAYS 5955-4161 * BL 01 08 01 USE ‘ooo FICHE 5955-6264 
MARBO 5955-6264 


“PAGE 7 


BL 01 08 
~ 8L.01 08 01 


11/08/85 . _ : ste 3 ae ‘PAGE 6 : 11/08/85 

MODEL 0 LITERATURE H/C H/C. PART FICHE FICHE PART. M P DP . MODEL ( 
NUMBER Cc TYPE DATE... NUMBER DATE NUMBER L TV 6G NUMBER { 
kkk DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *** “DESCRIPTION tala DESCRIPTION » teh 

1000 MAN CHANGE | FIAY62 100D-900 OcT71 00100-9004 = 01.02 01 10693A 
AQ0E - OPER & SERV MAN JUN65. 00100-9003 0CT71 00100-9007 01 02 02 : 

4000 SERV NOTE SET BELOW JUL85 : ee 
1000A-1 JAN7S WO IMPROVED STRUCTURAL RISIDITY ee bat hag a Jan 10697A-056 
TOON ELC MAR8S WO MODELS 100040,10005D,10006D,10013A,10014A & 10016B.POSS PROBE ACCY TIPS SHORTING TO. Ste 
GRND INTERNALLY ols 10697A-057 
1 400014 - OPER NOTE DEC76 5955-2477 —s>-— FEB77 5955-2478 * 8L 01 08 01 USE 10001A FICHE 5957-7635 106978 
eres "OPER NOTE JUL83 5957-7634 OcT83 5957-7635 BL. (01 08 01 a nes 
100018 . OPER NOTE DEC76 5955-2477 FEB77 5955-2478 * 8L 01 08 01 USE 10001B FICHE 5957-7635 
one OPER NOTE JUL83 5957-7634 OCT83 5957-7635  8L C1 08 01 ee ae 
40002A OPER NOTE DEC76 5955-2477 FEB77 5955-2478 * 8L 01 08 01 USE 10002A FICHE 5957-7635 
? OPER NOTE JUL83 5957-7634 OCT83 5957-7635 8b 01 08 01 
400028 OPER NOTE DEC76 5955-2477 FES77 5955-2478 * 8L 01 08 01 USE 10002B FICHE 5957-7635 
; OPER NOTE JUL83 5957-7634 OCT83. 5957-7635 BL 01 08 01 aneovecacé 
10003A OPER NOTE DEC76 3955-2477 FEB77 5955-2478 * 8L 01 08 01 USE 10003A FICHE 5957-7635 : 

: OPER NOTE JUL83 5927-7634 OCT83 5957-7635. 8L 01 08 01 106978-057 
 100038-cO4 «OPER NOTE SEP72 10003-90908 =. OCT80 10003-90308 8L 01 08 01 10697C-S60 — 
10003B-C05 OPER NOTE “SEP72 10003-90908 OCT8O 10003-90808 8L 01 08 01 ~106976-046 

100038-C06 OPER NOTE SEP72 10003-90908 OCT80 10003-90858 8L 01 08 01 10698A . 

: 400038-C07 OPER NOTE SEP72 10003-90908 OCT80 10003-90808 8L 01 08 01 107AR 
100038-C08 OPER NOTE SEP72 10003-90908 OCT8O 10003-90808 8L 01 08 01 saree 
100038-CO9 “OPER NOTE SEP72 10003-90908 OCT80 10003-90808 8L 01 08 01 

}100044 OPER NOTE JUN69 5950-4098 SEP81 5950-4099 8L_-01 08 01 410708A 

. SERV NOTE SET BELOW APR79 
10004A~1 AR71 WO. IMPR REPL PROBE CABLE 107088 
100048 OPER NOTE SEP74 5951-8770 DEC83 5951-8772 BL 01 08 01 10712A 
10004C OPER NOTE SEP71 5951-2658 OCT71 5951-2664 01 08 01 ) 107144 
100040 OPER NOTE JUN76 5955-0186 DEC76 5955-0187 * 8L 01 08 01 USE 10004D FICHE 5955-4161 
; OPER NOTE MAR78 5955-4160 MAY78 5955-4161 * SL 01 08 01 USE 10004D FICHE 5955-6264 10722A 
OPER NOTE JAN8O 5955-6263 MAR80 5955-6264 - 8L_01 08 01 iove7s 
10005A OPER NOTE JUN69. 5950-4098 SEP81 5950-4099  8L 01 08 01 
SERV NOTE SET BELOW APR79 10729A 
10005A~1. MAR71 WO IMPR REPL PROBE CABLE auPAts 
100058 OPER NOTE ~ SEP74 5951-8770 DEC83 5951-8772  8L 01 08 01 
10005) OPER NOTE JUN76 5955-0186 DEC76 5955-0187 * SL 01 08 01 USE 10005D FICHE 5955-4163 


11/08/85 
MODEL 
NUMBER 


107A 


107424 


SERV NOTE SET SELOW APR? : : 
10005A-1 - -MAR?71 WO IMPR-REPL PROBE CABLE. 
OPER NOTE SEP74 5951-8770 DECB3 5951-8772 


/ 190058 BL 01 08 01 ee eee ne 


40005 


41708785. 
| MODEL 
NUMBER 
7000SD 
10006A 
| 100068 

100068-030 

- 40006C 
10006D 
10007 
100078 
10008A 
100088 
40009 
4001 

10012A 
100128 


10013A 


10014A 


10015A 
10016A 
100168 


OPER NOTE 


LITERATURE H/C. 
TYPE 


OPER NOTE 
OPER NOTE 
OPER NOTE 


SERV NOTE 


40006A-1 


OPER NOTE 
OPER NOTE 
“OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER NOTE 


“MAN CHANGE 


OPER NOTE 
OPER NOTE 


MAN CHANGE 


OPER NOTE 
OPER NOTE 


SERV NOTE 
1000A-1 


OPER NOTE 
SERV NOTE 
10012A-1 


OPER 


~ OPER NOTE 


OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


JUN76 5955-0186 


DATE 


“H/C: PART 


NUMBER 


- | MAR78. 5955-4160 


JANBO 
JUNE 

MARTA 
~ SEP74 
FEB73 
SEP71 
JUN76 
SANeD 


MAR?1 
JUN71 


MAR7? 


MAR?1 
JUN71 


MAR?? 
FEB67 


SET ‘BELOW. 


SET BELOW 
JAN?S 


AUG70 
SET BELOW 
|AR71 
SEP74 
act?’ 


595576263 
5950-4098 


DEC76 5955-0187 * BL 01 08 01 USE 10005D FICHE 5955-4167 


FICHE 
DAT 


MAY78 5955-4161. * 
MAR8O 5955-6264 . 


SEP81 3950-4099 
APR79 hs 


R 
WO IMPR REPL PROBE CABLE 


5951-8770 
10006-90902 
5951-2658 
5955-0186 
5955-4160 
5955-6263 


5951-1157 
5951-1157 


5955-2723 


5951-1157 
5951-1157 


5955~2723 


10009-90901 


DEC83. 5951-8772 


“NOV80 10006-90802 


OCT71 5951-2664 
DEC76 5955-0187 | 
MAY78 5955-4161 
MAR80 5955-6264 


DEC81. 5951-1158 


MAR7? 5955-2724 
DEC81 5951-1158 


MAR77 5955-27246 
APR81 10009-90801 


é MAY78 
WO IMPROVED STRUCTURAL RIGIDITY 


10012-90902 


SEP70 10012-90802 
APR79 | 


9 
WO IMPR REPL PROBE CABLE 


5951-8770 


10013-90902 
10013-90904 


f-10014-90901 


 NOVT4. 


- NOV78 


DEC84 


10014-90902 
10014-90903 
1-8776 
10014-90904 
10015-9:/901 
5951-8776 


10016-90902 
10016-90903 


10016-90904 


10016-90905 


DEC83 5951-8772 


JAN75 10013-90802* 
APR80: 10013-90804 


APR?77 10014-90801* 
OCT79. 10014-90802* 
APR80 10014-90803* 
JAN75 5951-8783 
DEC83 10014-90804 
JAN76 10015-90801 
JAN7S 5951-8783 


JAN79 10016-90802* 


APR85. 10016-90805 


8L 01 


8L. 01 0 


8L 01 


8L 


8L 01 0 
8L 01 


: gets PART # ee P 
_ kkk DESCRIPTION kkk DESCRIPTION week DESCRIPTION ake DESCRIPTION kkk DESCRIPTION Wik 


08 01 USE 10005D 
801 | 


08 01 


USE 10006D 
USE 10006D 


USE 10013A 


USE 10014A 
USE 10014A 
USE. 10074A 


USE 100168 
USE -100168 


FICHE 5955-6264 


FICHE 5955-4161 
FICHE 5955-6264 


FICHE 10013-90804 


FICHE 10014-90802 
FICHE 10014-90803 
FICHE 16014-90894 


FICHE 10016-90803 
FICHE 10016-90804 


PAGE 7 


11/08/85 
MODEL 
NUMBER oC 

107414 


10742 — 


‘107450 


| 10746A 


| 10752a/B/¢ 


40753A 


107550 
107558 


“107560 


107604 


10761A 


10762A 
10763A 


107640 
| 107648 


141708785 
MODEL 
NUMBER 


10017A 


LITERATURE H/C sH/C-PART 
TYPE DATE 
OPER NOTE: FEB76 10017-90901 
OPER NOTE | “MAY?? 5955-2746 
“OPER NOTE ~ FEB79 5955-5052. 
OPER NOTE FEG80 5955-6270 
OPER NOTE MAY83. 5957-4991 


FICHE 


SEPR3 5957-499: 


FICHE PART M p D F : 
NUMBER DATE. NUMBER LTV oe 
ake DESCRIPTION kK DESCRIPTION ake DESCRIPTEON belated DESCRIPTION Wik DESCRIPTION trick 


DEC76 40017-90801" 8L 01 08 1 USE 40017 FICHE 5955-2745 
~ JUL77 5955-2745 * BL 01 08 01 USE-10017A FICHE 5955-5053 
-MAR79 5955-5053 * 8L 01.08.01 USE 10017A FICHE 5955-6271 . 
“> APRBO 2933-6271 * ote 0. 8: o USE 10017A FICHE 5957-4992 oe 


PAGE 8 


11/08/85 
MODEL 
NUMBER Cc. 


10764c_ 


400168 ~ 


11/08/85 
MODEL 
NUMBER 


100170 


~10018A 


100194 
1002. 
1002A 
10028 
100204 


10020a-001 


10020F 
100214 
| 10022A 
10023A 


10025A 
10026A 
10027A 


10028A 
100294. 


1003 


40030A 
100354 


OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


LITERATURE 
TYPE 


OPER NOTE 


~ OPER NOTE 


OPER. NOTE 


OPER NOTE 
OPER NOTE — 


. OPER NOTE 


NOV78 10016-90902 
FE880 10016~90903 
SEP83 10016-90904 


DEC84 10016-90905 


H/C H/C. PART 
DATE... NUMBER 


FEB76 10017-90901, 


MAY?77 5955-2744 


FEB79 5955-5052 


_ FES80 5955-6270 


OPER NOTE 
OPER NOTE 


OPER NOTE 


_ OPER NOTE 


SERV NOTE 
~ 4000A~1 


OPER NOTE 


OPER NOTE 


- OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
SERV_NOTE 
10023A-1 

OPER NOTE 


OPER. NOTE 
OPER NOTE 


OPER. NOTE 


_ OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


~ SERV NOTE 


1000A-1 


SET BELOW 


SET BELOW 


SET BELOW 


OPER NOTE 


OPER NOTE 


MAY83 5957-4991 


~MAY77. 5955-2744 


FEB79 5955-5052 
FEB80 5955-6270 
MAY83 5957-4991 


-JUN78. 10019-90901 


~A@PR8O 10016-90803* 8L 0 


FICHE 
DATE NUMBER LT VG: 
wk DESCRIPTION *** DESCRIPTION akk DESCRIPTION akk DESCRIPTION tik DESCRIPTION FERS 


JAN79 10016-90802* 8L 01 08 01 USE 100168 FICHE 10016-90803 
1 08 01 USE 100168 FICHE 10016-90804 

DEC83 10016-90804. 8L 01 08 01 

APR85 10076-90805 8L 01 08 01 


FICHE PART M PD P 


DEC76 10017-90801* BL a 08 01 USE 40017A FICHE 5955-2745 
JUL77 5955-2745. * | 1.0 USE. 10017A FICHE 5955-5053 
MAR79 5955-5053 USE 10017A. FICHE 5955-6271 
APR8O 5955-6271 USE. 10017A FICHE 5957-4992 

SEP83 5957-4992 0 Sree oe 


JBLT77. 5955-2745 USE 10018A FICHE 5955-5053 
MAR79. 5955-5053 USE 10018A FICHE 5955-6271 


APR80 5955-6271 - USE 10018A FICHE 5957-4992 | 


SEP83 5957-4992 
AUG78. 10019-90801 


MAY78 : 
JAN75 WO IMPROVED STRUCTURAL RIGIDITY 


OCT?7 5955-2790 
OCT?7 5955-2790. 


APR7S 10020-90905 
NOV78 10020-90907 


NOV78 10020-90907 
NOV78 10020-90907 
MAY77 5955-2753 
MAY?7 5955-2753 
JUN81 10023-90901 


NOV77 5955-2791 
NOV77 5955-2791 


SUN75 10020-90805* 
JAN79 10020-90807 


JAN79 10020-90807 
JAN79 16020-90807 
JUL77 5955-2756 08 01 
JUL77 5955-2754 08 01 
Aust 10023-90801 } 08 01 


10020A FICHE 10020-90807 


NOV80 WO ALL SER.MOD TO IMPR BATT LIFE & ELIM INCORRECT READINGS 


JAN69 5051-0103 


MAY?77 5955-2746 
JUL81 5957-2283 


MAY77 5955-2746 
JUL81 5957-2283 


MAR78 10028-90901 


SEP81. 5957-3218 
DEC82 5057-4981 


AUG79 5955-5076 BL 01 08 01 


JUL77 5955-2747. * 8L 01 08 01 USE 10026A FICHE 5957-2284 
AUG81 5957-2284 8L 01 08 01 


JUL77 5955-2747 *. 8L 014 08 
AUG81 5957-2284 = 8L_-01 08.01 


MAY78 10028-90801 8L 01 08 


NOV81 5957-3219 * BL 01 08 
APR83 5957-4982 8L._01 98 01 


USE 10027A FICHE 5957-2284 


USE 10029A FICHE 5957-4982 


a MAY78 
JAN75 WO IMPROVED STRUCTURAL RIGIDITY 


 DEC82 10030-90901 


DEC76 10035-90901 


FE883 10030-90801 08 01 
FEB?77 10035-90801* 


08 01 USE 10035A FICHE 10035-90803 


| 14.208/85 
» MODEL. 
~~ NUMBER 


10764C 


“407804 


107810 
-10783A 


10791A 
107918 
10791¢: 
10810 
108108 
40811A 


408118 


40830A 
10831A 


10842A 
10855A 


-10857A 
10870A 
“10905A 


me 4 ©. BO NM. BO.lURO.l UMBC U[UBOUlU€PlUG RH US Ue UM BO EO. BRNHEZOSO 24IF0 


¢ 


| 11/08/85 
—) MODEL 0 


11/08/85 
MODEL 


Le eons fee | PAGE 9 
0 LITERATURE H/C. H/C PART “FICHE —- FICHE PART Mw PODP : 

NUMBER TYPE. DATE NUMBER DATE NUMB LT V6 _ NUMBER c 
— ; tik DESCRIPTION tex DESCRIPTION kt DESCRIPTION #4 DESCRIPTION *** DESCRIPTION sick Ee 
10035A OPER NOTE = ——sANGB1 10035-90903 ocTat 10035-90803 8L 01 08 01 SOREOK oD 
‘00368 _ OPER NOTE DEC7? 5955-2798 sans 5955-2799 01 08 01 ‘Sigs 4 
100378 OPER NOTE DEC77 5955-2798  -,JAN78 5955-2799 BL 01 08 01 aapaii : 
40038A.—s—i(“(t*«‘ PEER NOTES MAY71 10038-80901 _—sSEP71. 10038-90801. ——«-01.08 01 oe M 


11/08/85 
MODEL 
NUMBER 


10035A 
100368 
100378 
10038A 
4004 


1004A 
| 10040a 


10041A 


10042A 


10050A 
| 100514 
10059A 
10050A 


10066A 
10069A 
1007A 


1008A 


10080A 


0 
c 


OPER NOTE 
OPER NOTE 


LITERATURE 
TYPE 


OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


SERV NOTE SET BELOW 


1000A-1 
OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


“OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
MOD KIT 


OPER NOTE 
OPER NOTE 


OPER ROTE 


OP & SERV MAN SUPP 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 


LITERATURE 
TYPE 


OPER NCTE 


OPER NOTE. 


OPER NOTE 
OPER NOTE 


DEC82 10030-90901 
DEC76 10035-90901 


MAR81 5955-5054 


OcT?71 5951-2645 


FEB83 10030-90801 8L 01 08 01 
FEB77 10035-90801* 8L 01 08 01 USE 10035A FICHE 10035-90803 : 


MAY81 5955-5055 


AUG79 5955-5075 


JUGIUA 
10905A 


11/08/85 
PAGE 9 MODEL 


H/C H/C. PART FICHE FICHE PART MP DP 
~ DATE NUMBE DATE LF NUMBER = 
thick DESCRSPTION tokk DESCRIPTION wick DESCRIPTION kkk DESCRIPTION *tk DESCRIPTION tithe ee 
AUG81 10035-90903. OC T81 10035-90803 AL 01 08 01 10920A 
_DEC?77. 5955-2798 ANTS 5955-2799 8L_-01 08 01 40921-60004 
DEC77 5955-2798 JAN78 5955-2799  8L_01 08 01 anges 
MAY?71 10038-$9901 SEP71 10038-90801 01 08 01 : 
ct OcT78 10960A 
JAN75 WO IMPROVED STRUCTURAL RIGIDITY 440K. 
OCT77 5955-2790 NOV77 5955-2791  8L 01 08 01 “ASQOOK 
- MAY77: 5955-2744  SUL77 5955-2745. * 8L 01 08 01 USE 10040A FICHE 5955-5053 — 
FEB79 5955-5052 MAR79 5955-5053 * 8L 01 08 01 USE 10040A FICHE 5955-6271. 11001A 
FEB80 5955-6270 APR8O 5955-6271 * 8L 01 O08 01 USE 10040A FICHE 5957-4992 sy 
MAY83 5957-4991 SEP83 5957-4992  8L. 01 08 01 002A 
MAY77 5955-27464 JUL77 5955-2745 * 8L 01 08 01 USE 10041A FICHE 5955-5053 11003A 
FEB79 5955-5052 MAR79 5955-5053 * 8L 01 08 01 USE 10041A FICHE 5955-6271 * 
FEB80 5955-6270 APR80 5955-6271. * 8L 01 08 01 USE 10041A FICHE 5957-4992 11004A 
MAY83 5957-4991 SEP83. 5957-4992 BL 01 08 01 diooda 
MAYT7 5955-2744 JUL77 5955-2745 * 8L 01 08 01 USE 10042A FICHE 5955-5053 
FEB79 5955-5052 MAR79 5955-5053 * BL 01 08 01 USE 10042A FICHE 5955-6271 
FEBS0 5955-6270 APR8O 5955-6271 * 8L 01 08 01 USE 10042A FICHE 5957-4992 11028A 
MAYB3 5957-4991 SEP83 5957-4992  8L 01 08 01 4103A. 
JAN78 5955-2787 APR78 5955-2788  8L_01 D2 01 oe fear 
JAN78 5955-2787 APR78 5955-2788 BL. 01 D2 01 11035A 
JAN79 10059-90901 JUN81 10059-90801 8L 01 D2 01 11036A 
OcT?77 10060-90901 JAN78 10060-90801* 8L 01 D2 01 USE 10060A FICHE 10060-90802 11039A 
MAY79 10060-90902 JUN79 10060-90802 8L 01 D2 01 sigan 
MARS1 10066-90902 AUG81 10066-90802 8L 01 D2 01 
JUL79 01615-90903 AUG79 01615-90803 8L 01 D2 01 ween 
OCT77 5955-2782 DEC77 5955-2783 * 8L 01 08 01 USE 1007A FICHE 5955-4194 
JUL78 5955-4193 AUG78 5955-4194 * 8L 01 08 01 USE 1007A FICHE 5955-6248 110444 
NOV79 5955-6247 FEB80 5955-6248 * 8L 01 08 01 USE 1007A FICHE 5957-3270 : 
JANB2 5957-3269 MAR82 5957-3270 = BL _ 01 08 01 11045A 
OCT77 5955-2782 DEC77 5955-2783 * 8L 01 08 01 USE 1008A FICHE 5955-4194 11046A - 
JUL78 5955-4193 AUG78 5955-4194 * 8L 01 08 01 USE 1008A FICHE 5955-6248 
NOV79 5955-6247 FEB80 5955-6248 * 8L 01 08 01 USE 1008A FICHE 5957-3270 
JANS2 5957-3269 MAR82 5957-3270 —  8L 01.08 01 11047A 
MAR8} 5955-5054 MAY81 5955-5055 = 8L_01 08 01 T1C49A 


: pe PAGE 10 | 11/08/85 

H/C AIC G:RT FICHE FICHE PART MP 2 P | MODEL 0 

DATE DER DATE NUMBER LT NUMBER CC 
tek CESCPICTION #H* DESCRIPTION **e "DESCRIPTION ttt DESCRIPTION ##* DESCRIPTION tie 

MARB1 5955-505: MAY81 5955-5055 @L 01 08 01 11049A 

ocTa3 16085-90901 —_DECaS 10085-90801 BL 01 08 01 1105A 
OCT71 5951-2645 ——_AUG79. 5955-5075 BL 01 08 01 

‘BL 01 08 01 


-*4ncna 


iN 
IN 


100814 _- OPER NOTE MARB1 5955-5054 MAY81 5955-5055 8L_01 08 01 


11/08/85 CeO ae, Oe: ; ; Z PAGE 10 91/08/85. 
MODEL : . MODEL 


0 MITERATURE H/C W/E LRT FICHE FICHE PART MP DP 0 
NUMBER € TYPE “DATE RUBEN == DATE = SNUMBER —soLsST OV NUMBER C 
hae teh CESCRE-TION #He DESCRIPTION ##t DESCRIPTION sxe DESCRIPTION *## DESCRIPTION #4 a ee 
10082A = —«CPEER“NCTE MAR81 5955-S05:; MAYB1 5955-5055 8L_ 01 08 01 110494. OPER 
10085A = s«COPER NOTE OCT83 16085-90901 DECR3 10085-90801 BL 01 08 01 105A OPER 
10090 sCOPER NOTE OCT71 5951-2645 AUG79 5955-5075 BL 01 08 01 SER\ 
10091A OPER NOTE OCT71 5951-2645 AUG79 5955-5075 BL O1 08 01 ie sp 
: a : ; Petes ; : A ; F 
10092A —si(wtCPER NOTE OCT71 5951-2645 AUG79 5955-5075 BL. 01 08 01 | OPER 
» a ne : OPER 
101 OPER & SERV MAN JUN66 00101-91312 -MAY79 00101-91362 BL 01 11 01 OPEF 
_ SERV_NOTE SET BELOW MAY78 : ; OPER 
ap 101-1, APR67 SER BELOW 531.REC PWR SUPPLY REPL ae 
| bah, ie ge oe ‘V051A OPEF 
101A OPER & SERV MAN —-JUN6S. 00101-9001 APR71 00101-9002 01 02.02 OPER 
MAN CHANGE JUL67 50101-9001 OPER 
: os OPER 
| 101005 «OPER NOTE =———SAPRB2- 10100-99904 JUL81 10100-90804 &L 01 08 01 ne | OPER 
10100¢ OPER MOTE - -AUS71 10100-90901 OCT71 10100-90801* 01 08 01 USE 10100C FICHE 10100-90805 ‘11056A OPER 
OPER NOTE --——sJUNB1. 10100-90905  AUG81 10100-90805 8L 0108 01 : : OPEF 
10101A OPER NOTE OCT70 10101-90901  OcT70 10101-90801 0108 01 11057A «CPR 
101018 OPER NOTE MAR77 10101-90903 — APR77 10101-90803 8L 01 08 01 USE 101018 FICHE 10101-90804 1106A OPER 
| OPER NOTE FEB78 19101-90904 © APR78 10101-90804 8L 01 08 01 sina) 
aps ae | 2 a/B SER\ 
10103A OPER NOTE NOV70 10103-90901 © JUL72 10103-90801* 01 08 01 USE 10103A FICHE 10103-90802 4106 
; OPER NOTE APR72 10103-90902  APR81 10103-90802 8L 01 08 01 erie rane 
101038 ==—sCOPER NOTE =—=s—=—=s«ONCT74 10103-90906 —-SEPB5 10103-90806 SL 01 08 01 OREO OBB 
-A0105A INSTALL INSTRUCT  OCT70 10105-90901 ——-NOV70 10105-90801 01 08 01 11066 «OPER 
| 10133A OPER NOTE OCT70 10133-90901 - NOV70 10133-90801 a1 08 01 11070, OPER 
101648 OPER NOTE APR75 10164-90904 — MAY75 10164-90804 01 08 O1 USE 101648 FICHE 10164-90805 11074A OPER 
os OPER NOTE SEP76 10164-90905  OCTB3 10164-90805 &L 01 08 01 says 
11075A OPEF 
10166A OPER NOTE JUL78 10166-90903 SEP78 10166-90803 8L 01 08 01 ae OPER 
101694 «OPER NOTE JAN70 10169-90902 DEC71 10169-90802 01-08 01 11076A OPER 
MAN CHANGE APR70 10169-90902 OPER 
101844 —-—=sOPERATORS GUIDE AUG78 10184-90901 JAN79 10184-90801 SL 01 08 01 FOR 9825A WITH 1350A 1108A 
10186A OPER MAN NOV82 10186-90901 _ JAN83 10186-90801 8L 01 08 01 
101908 sR NOTE SEP71 10190-90902 -NOV71 10190-90802 01 08 01 
102008 OPER NOTE NOV65 10200-99001  AUGB1 10200-99101 8L 01 08 01 3 
102028 =“ ER NOTE JANOO 5950-0563 AUGB1 5950-0564  8L 0? 08 01 Pa oe oe 


10203A OPER NOTE JANOO 5950-0563 AUGB1 5950-0564 BL 01 08 01 


1108785 co a ; ae ee PAGE 11 11/08/85. 
07 LITERATURE H/C H/C PART FICHE FICHE PART M P > F : : : MODEL 
MEER oc TYPE DATE NUMBER DATE NUMBER LT V NUMBER C 
: : xkk DESCRIPTION kkk DESCRIPTION wk " DESCRIPTION kkk DESCRIPTION *%* DESCRIPTION kkk : “es 
aa rch Se 3 nae | [110968 . OPER 
402048 SERV NOTE SET BELOW JAN79 ee ee gen Man oe OPER 
: ae 102048 1 “MOD To INCR BANDPASS & RED OVERSHOOT ; a i os : Be : 
z oe area 11097A ——it*ts«P ER 
“10208A-———=«OPEERR-“NOTTEE Never 10269-99001 AUG 10209-99101 aL 01 08 01 abe ee. 
10209A (OPER NOTE = NOV? 10209-99001 aug 10209-99101 BL o1 08 a oe ee a 
1110A COPPER. 


102124 _ SERV NOTE SET BELOW 


-4n avid MAR UTA TuDO BTer Tree KER AUEKeIARS |. Baas ; ss z | awe wee pes ue 


11/08/85 
MODEL 
NUMBER 


102048 


~10208A 
10209A 
10272A 
10213A 
| 10214a 
10215A 
10216A 
102260 
10227A 
102280 
10230A 


102308 
10230¢c 
10231A 


10231A/8 


10231¢ 


10233A 
102354 


11/08/85 
MODEL 
NUMBER 

10240A 

-102408 

102428 
102430 


| 10230a/8 


102316 


“102414 


OPE TE 


: ae R NO 


LITER 
Cc TY 


SERV NOTE 
10204B-1A 


OPER NOTE 
OPER NOTE 
SERV NOTE 


ATURE 
PE 


SET: BELOW 


SET BELOW 


1O212A-1. 


OPER 
OPER 
OPER 
OPER 
OPER 
~ OPER 
OPER 


NOTE 
NOTE. 
NOTE | 
NOTE 
NOTE. 
‘NOTE 


OPER NOTE 
OPER NOTE 


SERV NOTE 
10230A/8-1 
102305-1 

OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
SERV. NOTE 


NOTE ° 


JANOO. 5950-0563 


ATE 


NOV67 
NOV67 
MAYGS 
JANOO 


~ SUL6B 


SET BELOW 
0231A/8-1 


SET BELOW 


10230A/B-10231A/8~1 


OPER NOTE 


MAN CHANGE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE. 
MAN CHANGE 


0 LITERATURE 
ot TYPE 


OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE. 


SEP63 


MAY70 


JANOO 
JANOO 
SEP6S 
JUL73 
DEC73 
DEC74 

FEB76 
JANZ6 


JUN79 
JUL80 


JUL73 


DEC74 


AUG74 
MAR7S 


OCT76 
FEB?7 
JUL78 
NOVO 
APR74 


AUG75 
JANB2 


H/C 


DATE 


H/C 
D 


NUMBER 


H/C PART 


AUG81 5950-0564 


FICHE 
DA 


FICHE PART M PD Pp 


: _JANTS : i 
MOD TO INCR BANDPASS & RED: OVERSHOOT 


10269-99001 
10209-99001 


AUG81 


10209-99101 


8L 01. 08 01 


-AUG81 10209-99101 8L 01 08 01 


SANTI 
-MOD TO IMPR RISE TIME & RED OVERSHOOT 


10213-99001 


10214-90902 
10215-90901 


10216-90902 
10226-99001 
10227-99004 
10228-90901 


10230-90901 
10230-90902 


AUG81 
AUG81 
MAR79 


- SEP7O 


APR81 
APR81 
APR81 


SEP73 
JUN&3 


10213-99101 
10214-90802 
10215-90801 
10216-90802 
10226-99002 
40227-99002 
10228-90801 


10230-90801* 
10230-90802 


JAN79 
Ws FIELD REPAIR KIT.SUPER 1601A-2 


WO 102306 CLOCK PROBE ACCESSY.MOD TO IMPR LOW LEVEL THRESHLD REC HIGH LEVEL INPUT SIG 


10230-90905 
10230-90908 


10230-90910 


10231-90901 


JUN83 


JUL79 
DEC80 


AUG73 


10230-90805 


10230-90808* 
10230-90810 


10231-90801* 


JAN79 
WN FIELD REPAIR KIT.SUPER 1601A~2 


10231-90903 
10231-90903 


10231-90906 
10231-90907 
10231-90908 
10231-90909 
10233-90901 


10235-90901 


10235-90007. 


NUMBER 


JAN68 10240-99001 
OCT69 10240-99001 


JAN69 10240-90902 
MAR71 10241-90902 


AUG71 10242-90902 _ 


~AUG71 10243-90902 


Nic PART 


MAY83 


DEC76 
MAR7? 
AUG78 
JUN81 


SEP74 


SEP75 
SEP83, 


~~ FICHE 
DATE LT. V6 
wkk DESCRIPTION KKK DESCRIPTION kkk DESCRIPTION *** DESCRIPTION kirk DESCRIPTION vik 


10231-99803 


10231-90806* 
10231-90807% 
10231-90868* 
10231-90809. 


10233-90801 


10235-90801* 
10235-90008 


FICHE on 


8L 01 08 01 


8L 01 08 01 


8L 01 08 01 


01.03 01 


8L 07.08 01 


8L 01 08 01 
8L 01 08. 01 


8L 01 D2. 01 
8L 01 08 01 


8L01 08 01 


8L 01 D2 01 
8L. 01 D2 01 


8L 01 D2 0 


ve 


8L 01 D2 01 


8. 01 08 01 
8L.07 98 01 
8L 01 08 01 
8L 01 D2 01 


01 08 01 


8L.01 08 01 
8L 01.38 01 


KM Pp DP 


APRS1 10240-99002 BL 01 08 01. 


DEC7O 10240-90802 


OcT8S. 10241-90802 


ocTas 10242-90802 
—-OCTBS 10243-90802 


01 08 01 


8L 01 08 01 
BL 01 08 01 
8101.08 01 


8L 01 08°01 


“DATE MBER L TVG 
kkk DESCRIPTION kkk DESCRIPTION. baiatal DESCRIPTION kkk DESCRIPTION wick DESCRIPTION sik 


USE 10230A FICHE 10230-90802 | 


USE 10230C FICHE 10230-90810 


USE 10231B FICHE 10231-90803 


USE 10231C FICHE 10234-90807 


USE 10231C FICHE 10231-90808 _ 


USE 10231C FICHE 10231-90809 


USE 10235A FICHE 10235-90008 


PAGE 11 


PAGE 12. 


11/08/85 
“MODEL 
NUMBER 


110968 


“110974 


| 11098 


14104 
41108 


114A 


112A: 


11122A 
11129A 
V1133A 


11133A~CO2 


111350 


111368. 


111378 
11448 


111454 


~11146A 


441518 
T1152 
1116A 


11178 


11/08/85 
MODEL. . 
NUMBER 


“19184 


11187¢ 
1900 


11198 
-9119¢ 


ao 


41146: 


OPER fh 
OPER h 
OPER I 


“SERV A 


11168- 
OPER ft 


OPER Ni 


‘OPER. Ni 


OPER N 


OPER Nt 


OPER Nt 


11/08/85 
NUMBER 
| 102404 
102408 


10241 
10242A 


| 10243a 


102474 
102480 
102488 
710248C 
10250A 
10251A 


10252A 


- 10253A 
10254A 


| 102570 


102578 


10258A 
102588 


10259A 
102600 


NUMBER 


10260A 


102610. 
102624 


4{N?46%a 


"OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 


—10258B-1 
_OPER/SERV MAN SUPP NOV78 10259-90901 
- OPER/SERV MAN SUPP SEP78 10260-90901 


19/08/85 
MODEL 


_ OPER/SERV MAN. SUPP OcT78 10261-90902 

OPER & SERV MAN ‘SUP JUL78 10262-90902 

SERV NOTE SET BELOW 
10262A=1 . 


PAGE 12 

LITERATURE H/C H/C PART FICHE FICHE PART M PD. P = 
TYPE ———*«éOACT: NUMBER DATE ‘NUMBER OL OT OV 

tie DESCRIPTION #4 DESCRIPTION *+ DESCRIPTION kkk DESCRIPTION #4 DESCRIPTION # 


JAN68 10240-99001 APR81 10240-99002 8L 01 08 01 
OCT69 10240-99001 age 


“JANG 10240-90902 
MAR71_ 10241-90902 
AUG71 10242-90902 
~AUG74 10243-90902 


JUN77 10247-90901. 
NOV80 10247-90903 


JUN77 10248-90901 
— MAY78 10248-90904 


--MAR78 10248-90903 
- SEP79 10248-90905 


FEB74 10250-90901 
MAY78. 10250-90902 


JUN74, 10251-90901 
NOV74 10251-90902 


MAR74 10252-90901 
OCT74: 10252-90902 


NOV75 10253-90901 
OPER NOTE MAR77 10254-90902 
NOTE AUG78 10254-90903 

NOTE JAN8O 10254-90904 

SERV MAN JAN7? 10257-90901 

: SERV MAN DEC78 10257-90904 
SERV MAN JUL79 10257-90905 

SERV MAN FEB80 10257-90906 
OPER/SERV NAN MAY81. 10257-90907 
MAN: CHANGE AUG81 10257-90907 
OP & SERV MAN FEB77. 10258-90901 


OPER/SERV MAN DEC78 10258-90903 


OPER NOTE 
MAN’ CHANGE 


OPER NOTE 
OPER NOTE 
OPER NOTE. 
OPER NOTE 


DEC70 10240-90802 08 01 
OcT85 10241-90802 8L 01 68 01 
- OCT8S 10242-90802 08 01 
OCT8S 10243-90802 8L 01 08 01 


SEP7? 10247-90801* 01 
JUN81 10247-90803 01 


SEP77 10248-90801* 01 
AUG78 10248-90804 01 


APR78 10248-90803 | 2 01. 
JUN81 10248-90805. 01 


MAR74 10250-90801+ 
AUG78 10250-90802 


JUN75 10251-90801* 
JUL80. 10251-90802 


APR74 10252-90801* 
OCT80 70252-90802 


JAH76 10253-90801 


APR77 10254-90802* 
OCT78 40254-90803" 
JUN81. 10254-90804 


MAR7?7 10257-90801 


FEB79 10257-90804* 
MAR80 10257-90805* 
DEC8O 10257-90806* 
APR82 10257-90807 


E 10247A FISHE 10247-90803 
OPER NOTE . 


10248A FICHE 10248-90804 


OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


10250A FICHE 10250-90802 
10251A FICHE 10251-90802 


10252A FICHE 10252-90802 


10254A FICHE 10254-90803 
10254A FICHE 10254-90804 


10257B FICHE 10257-90805 
10257B FICHE 10257-90806 
102578 FICHE 10257-90807 


-MAR77. 10258-90801 
JAN79 10258-90803* 8L 

10258-90904 DECBO 10258-90804« 

10258-90905 DECBO 10258-90805 BL 01 

WO REC MOD TO "TRACE-THEN-WAIT/HOLD” TEST MODE 

JAN79 10259-90801 8L 01 D2 02 


JAN79 10260-90801* 8L 01 08 02 


102588. FICHE 10258-90804 
102588. FICHE 10258-90805 


ERV_MAN 
SERV NOTE SET BELOW 
MA 1611A OPT: A80 


-40260A FICHE 10260-90802 


et | “PAGE 13 
~ LITERATURE H/C =H FART = FICHE «= FICHE PART «MP OD OP 
TYPE —-—s«éMAATE NUMBER DATE NUMBER LT VG. 
kkk DESCRIPTION #ex DESCRIPTION wk DESCRIPTION *x* DESCRIPTION wk DESCRIPTION kr 


OPER/SERV MAN SUPP ‘sEp79 0260 Stet SEP&O 10260-90802 BL 01 D2 02 
MAN -C UN8O 10260-9090 


SERV NOTES ‘SET BELOW PRES. 
10260A-1 NOV82 WA SER 183800860" & BELOW.MOD To CORRECT PEXCK TIMING PROE 
~ JANT9 10261-90802 BL 01 D2 02 | 


AUGE1 10262-90802 aL a; 2 02 
MAN CHANGE UL79. ‘10262-90902 


PR79. ; 
DEC78. WA SER 1818400511 " BELOW.WOD | FOR INPUT SIGNAL THRESHOLD DETECTION. 


OP 2: SERV MaN ciIpP maven: “anda%eonon4 cnNEran anzdtconansa 81 Aa Aa AG Nee AAD Be Penile AARZY_ANGRA 


11/08/85 
MODEL 0 uy 
NUMBER —sC 
94118A OPER NO 
11187¢ ~ OPER NC 
1119A OPER NC 
11198 OPER NC 
1119¢ OPER NC 
11190 OPER NC 
4128 OPER & 
941204 OPER N 
| MAN chiA 
“1 44240. OPER NC 
OPER NC 
MAN CHA 
SERV NC 
; 1121A-1 
1123A OPER & 
Wee MAN CHA 
| 492374 OPER NC 
11238A. OPER NC 
112388 OPER NO 
11238C (OPER NC 
112398 OPER NC 
112398 OPER NO 
OPER NC 
11239C OPER NO 
1124A OPER NC 
ee OPER NC 
112400 OPER. NC 
1125A OPER NO 
4 OPER NC 
11253A SERV NO 
ae 11253A- 
112538 SERV NO 
112538- 
11/08/ 85 
0 Lr 
Na. ‘EER C 
113AR OPER & § 
MAN CHAR 
| MAN CHAR 
113AR/BR SERV NO} 
 113A~1 
1138R OPER &.§ 
: Sue MAN CHAR 
1138R-HO2 «OPER & § 


MAM fla 


11/08/85 PAGE 13° 


11/08/85 
MCDEL 
NUMBER 


Ni.ABER 


‘H/C FART FICHE FICHE PART MP OOD F 
NUMBER DATE © NUMBER LT V 
wie DESCRIPTION *4% DESCRIPTION kk DESCRIPTION kkk DESCRIPTION tek DESCRIPTION » wick 
OPER/S ERV MAN SUPP SEP79 10260-90902 SEP80 10260-90802 8L 01 D2 02 
MAN CHANGE | 902 


JUN80. 10260-9090 
SERV. NOTE SET BELOW PR8&3 
10260A-1 NOV82 WA SER 183en00864 & BELOW. MOD TO CORRECT PEXCK TIMING PROE 


OPER/SERV MAN SUPP OCT78 10261-90902 JAN79 10261-90802 8L 01 D2 02 


OPER & SERV ‘MAN SUP JUL78 10262-90902 AUG81 10262-90802  8L. 01. D2 02 
MAN. CHANGE JUL79 10262-90902 


. SERV_NOTE SET BELOW - APR79 
10262A-1., - DEC78 WA SER 1818A00511 & BELOW.MOD FOR INPUT SIGNAL THRESHOLD DETECTION. 


MAY78. 10263-90901 DEC80 10263-90801* 8L 01 08 01 USE 102634 FICHE Ibe63~90802 
AUG8O 10263-90902 . ‘JUN81 10263-90802  8L 01 D2 02 


MAY79 10264-90901. AUL79: 10264-S0801* 8L 01 08 ae USE 10264A FICHE 10264-90802 | 
DEC79. 10264-90902 SEP81 10264-90802 SL o b2.0 
AUG81. 10264-90902 


0. LETERATURE H/C 
c "TYPE 


0 LiTl 
DATE Cc : 


102604 


V13AR OPER & SI 


MAN. CHAN( 
MAN. CHAN( 


SERV NOTI 
113A~1 


OPER & SI 
MAN. CHAN( 


OPER & SI 
MAN CHANG 


REF MAN 
OPER NOTI 


SERV NOTE 
1146-1 


OPER & SI 
MAN: CHANG 
MAN: CHAN( 
OPER MAN 


_ OPER & SI 
OPER & SI 


OPER NOTI 
OPER MAN 


~ OPER NOT! 
- REF MAN: 
SERV_NOTI 


113AR/BR 


10261A 
402624 


1138R 


: 113BR-HO2 
OP & SERV MAN SUPP 
. OP & SERV MAN SUPP 


OP & SERV MAW SUPP 
OP & SERV MAN SUPP 
MAN CHANGE 
SERV NOTE SET BELOW HET79 
10264A-1 JUL79. WO. MOD TO PREVZAT RANDOMLY INCCRRECT TRIGGERING. 

OPER/SERV MAN SUPP MAY81 10266-90901 MAY83 10266-90801 8L 01 D2 02 

MAN CHANGE FEB83 10266-90901 

SERV NOTE SET BELOW ocT82 

10266A~1 JUN82 WA SER 2227A & BELOW.OPT AO9.NEW A9 PERSONAL BD TO CORREC SYNC 


SERV BREIF DEC82. 10269-90901 APR83. 10269-90801 8L°01 D2 01 
OPER MAY84 10269-90906 JUNB4 10269-90806. 8L 01 08 01 


NOTE 
SERV NOTE SET BELOW JULB4 
10269A/072-1 FEB84 WA SER 00101 THRU 00148. INCORRECT DISASSY 
MAY84 10269-90906 JUN84. 10269-90806 8L 01.08 01 


OPER NOTE 
OPER. NOTE JAN79. 10275-90902 MAR79. 10275-90802* 8L 01 08 01 USE 10275A FICHE 10275-90803 
OCT80 10275-90903 JUN81 10275-90803  8L 01 D2 01 : 


OPER. NOTE sures 
MAY&2 WA ALL. MODELS SHIP PRIOR TO 3/22/82.MOD TO. CORRECT MONITOR SELECT SW S1 FAILURE 


10263A 
11353 
11356A 
1148 


10264A 


 40266A 4 1ABR 
114054 


10269, 1TANDA 


11441A 
102698 . 


“102754 11452A : 
. 14530. 


AVASS3A/B/C 


SERV. NOTE SET BELOW 
10275A-1 


102764 
10277A 
102778 


‘| 10277¢ 


41/08/85 
MODEL 
NUMBER 

10277¢ 

| 10277D 
10278 
102788. 
10279A 


102800 


Cc 


OPER NOTE 


wa 
z 
3 


OPE TE 
OPER NOTE 


LITERATURE 
- TYPE 


OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 
MAN CHANGE 


NOV78 
APR80 
AUG82 


H/C 
DATE 


IUL81 


~ JUL80 


OCT79 
JUL81 


FEBSO 
Aes 


~oPEBBO 
SEP80 


JANB1 


10276-90901 
10276-90902 
10276-90903 


10277-90902 
10277-90903 
10277-90905 
10277-90906 


10277-90902 
10277-90903 
10277-90905 
10277-90906 


10277-90902 
10277-90903 
10277-90905 


H/C. PART 
NUMBER 


AUGBI 


FICHE 
E 


~ AUG81 


SEP8O 


~JUNB1 


Novet 


~JUN80 
DEC80 


JUN80 


10276-90801* 8L 01 
10276-90802* 8. 01 
10276-90803 8L 01 


10277-90802* BL 01 
10277-90803* 8L v1 
10277-90805* 8L 01 
10277-96806 
10277-90802* 8L 01 
10277-90803* 8L. 01 
1G277-90805* 8L 01 
10277-90806 
10277-90802* 8 01 


10277-90803* SL 01 
10277-90805* 8L 01 


FICHE PART MP 


10277-90806 
10277-90804 
10278-90801 8L 01 
10278-90802 8L 01 


10279-90801* 8L 01 
10279-90802 8 01 | 


8L 01 
BL 01 


10280-90801* 8L 01 
10280-90802 8 01 


USE 10276A 
USE 10276A 


USE 10277A 
USE 10277A 
USE 10277A 


USE 102778 
USE 102778 
USE 10277B 


USE 10277C 
USE 10277C 
USE 10277C 


DP. 


2 01 


b2 01 
D2 01 
D2 01 


08 01: 
b2 01 


08.01 
be 01 


USE10279A FICHE 10279-90802 


Use 70280 FIT“S 10280-90802 - 


FICHE 
FICHE 


FICHE 
FICHE 
FICHE 


FICHE 
FICHE 
FICHE 


FICHE 


FICHE 
FICHE 


10276-90802 
10276-90803 


10277-90803 
10277-90805 
10277-90805 


10277-90803 
10277~90805 


10277-90806 


10277-90803 


10277-90805 


10277-90806 


tie DESCRIPTION es peace we DESCRIPTION. kk DESCRIPTION ike DESCRIPTION wee 
10277-90906 

40277-90904. 
40278-90901 
10278-90902. 


10279-90901 
10279-90902 
10280-90901 
10280-90902 
10280-90902 


114538 
V1473A 
114738 
114744 
114754 
114760, 
114774 


11/08/85 
MODEL 
NUMBER 


11478A 


. J T15AR 


-115BR 


| 415cr 


11453A/B, 
REF MAN 

OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


“OPER NOTE 


OPER NOTI 
INSTALL | 


0 LITE! 
C T 


OPER NOTE 


OPER & SE 
MAN CHANG! 


OPER & SE 
SERV. NOTE 
H20-115BR 
115BR=1 
1158R-2 


OPER & SE 
MAN CHANG! 


doo 
NUMBER 


10277¢. 
4102770. 
10278A 
102788 
10279A 


102800 


10281A 
10282A 
40283A 
10284A 


102854 
402860 


10287A 


10238A 


102890 
10291A 
402918 


10292A 
10299A 
103AR 


11/08/85 
MODEL 


NUMBER 


10300c 
103018 
10301¢ 
103028 


103020 


103038 
10303¢ 
103048 | 


102918-004 


ss oe ae ae oe co ee ee PAGE 14. 11/08/85. Hee 
_ LITERATURE. H/C H/C PART FICHE FICHE PART MP D Pp MODEL. sO LITER 
TYPE - DATE NUMBER DATE NUMBER LT V NUMBER ss TY 
wie DESCRIPTION #** DESCRIPTION tik DESCRIPTION kkk DESCRIPTION *#* DESCRIPTION ik 
OPER NOTE JUL81 10277-90906 AUG81 10277-90806 BL 01 D2 01 AG78A OPER NOTE 
OPER NOTE JUL80 40277-90906 SEP8O 10277-90804 8L 01 D2 01 TSAR OER & SER 
OPER NOTE ~~ QCT79. 40278-90901 JUN81 10278-90801 8L 01 D2 01 oo oe 
“un ; 1158R OPER & SER 
OPER NOTE JUL81. 10278-90902 = NOV81 10278-90802 8L 01 D2 01 BeRY NOTE 
OPER NOTE FEB80 10279-90901 - JUN8D. 10279-90801* BL.01 08 01 USE10279A FICHE 10279-90802 | T1SBR~1 
OPER NOTE - AUG8O 10279-90902 DEC80 10279-90802 8L 01 D2 01 > ie, . — 495BR-2 
OPER NOTE. -FEB80 10280-90901 JUNSO 10280-90801* 8L 01 08 01 USE 10280 FIFYE 10280-90802 115CR OPER & SER 
OPER NOTE SEP80. 10280-90902 AUG81 10280-90802 8L 01 D2 01 - MAN: CHANGE 
~ MAN: CHANGE JAN81 10280-90902 - ot ; 
cae : cs ; ; eee 1150h OPER & SER 
_ MAN SUPP - JUN?9. 10281-90902 SEP80 10281-908C7* 8L 01 38 01 USE 1640B-001 FICHE 10281-90803 e SERV NOTE 
INSTALL & SERV MAN. JUL81 16282-90904 AUG81 10282-90804 8L 01 38 01 fe Se 
z 11509A OPER & SER 
INSTALL & SERV MAN JANS1 10283-90904 JUN81 10283-90804 8L 01 38 01 ; 
oss Seta ae Lear 415170 OPER NOTE: 
OPER NOTE ~ “JUNZ 9 10284-90902 JUL79 10284-90802* 8L 01 08 01 USE 10284A FICHE 10284-90803 
OPER NOTE AUG79 10284-90903 JUN81 10284-90803 8L 01 38 01 11518A OPER NOTE 
- OPER NOTE . SEP80. 10285-90902 JUNB1 10285-90802 8L 01 D2 01 11519A OPER NOTE. 
INSTALL & SERV MAN MAR81 10286-90901 JUN81 10286-90801 8L 01 38 01 11520 OPER NOTE 
SERV NOTE SET BELOW APR82 the = a 
 10286a-1 NOV81 WN ALL UNITS CLARIFICATION OF OPER INSTRATIONS 11521A OPER. NOTE 
OPER NOTE FEB81 19237-90901 JUN81 10287-90801* 8L 01 38 01 USE 10287A FICHE 10287-90802 11530A OPER NOTE 
OPER NOTE FEBS3 10287-90902 SEP83 10287-90802 8L 01 38 07 eae 
11531A OPER & SER 
INSTALL : SERV MAN. SEP80 10288-90901 JUL84 10288-90801 8L 01 38 01 MAN CHANGE 
MAN ‘CHAN FEa81 10288-90901 SERV NOTE 
USER INSTRUCT JANOO 10289-90902 AUG81 10289-90802 8L 01 38 01 Grey ee 
; : “41549A OPER MAN 
OPER NOTE MAY80 10291-90902 SEP8O 10291-90802 8L 01 38 01 : : 
: 11553A OPER & SER 
OPER NOTE ~- MAY8O 102¢° 90902 SEP80 10291-90802 8L 01 38 01 
11574A OPER MAN 
OPER GUIDE AUG8O 10291-90903 JUL81 10291-90803 8L 01 38 01 : 
MAN CHANGE FEB81 10291-90903 11575A INSTALL MA 
SOFTWARE LIB JANOO 10292-90901 OCT8O 10292-90801 8L 01 08 01 FOR 1640A/B & 9825A 11581A : OPER : SER 
OPER NOTE JN78 10299-90901 MAY80 10299-90801 8L 01 08 01 OPER : SER 
OPER & SERV MAN JAN6Z 1024-900 OCT71 00103-9001 01 02 02 
MAN CHANGE FER64 103A-900 11582A & SER 
_ MAN CHANGE Ne'62 TO3ZA-90) & SEK 
SeRY NOTE SET BELOW MA‘(78 & SER 
103A SER BELOW 115-0021.CIRCUIT CHANGE WHEN REPLACING CRYSTAL OVEN ASSY & SER 
TOBAR/04AR-2 


0 
¢ 


MAY65 ALL SERIALS.REPL OF DIODE CR301 


PAGE 15 | 114708785 


LITERATURE —- H/C H/C PART FICHE ~—- FICHE PART M PDP MODEL 0 LITERA 
TYPE DATE NUMBER __DATE NUMB Let V6 ef NUMBER CC TYP 
"dee DESCRIPTION ##* DESCRIPTION ee DESCRIPTION sexi DES( “."T20N Hee DESCRIPTION ice ae ae 
oo | : mee ap 11583A «OPER. & SERV 
OPER NOTE ~AUGB4 10300-99902 —«-SEPB4 10300--32 8L 010801 | eds OFER & SERV 
OPER NOTE _-MAYB4 10301-90901 -JUL84_ 10301-90801 BL 01 08 01 owes abe ee OPER & SERV 
OPER NCTE === AUGB4 10301-90902 SEP84 10301-90802 8L 071 08 01 | eh | 195880 OPER NOTE 
OPER NOTE = MAY84 10302-90901 JUL84 10302-90801 8L 01 08 01 ae . eS oe |S BGA OPER NOTE 
OPER NOTE =—-=—sAUG BA 10302-90902 =» SEP84 10302-90802 8 010801 ee ee err © 5 415 B9A1 
OPER NOTE == MAY84 10303-90901 JUL84 10303-90801 8L010801 = = 7k 11590A OPER NOTE 
OPER NOTE =--———sAUGB4 10303-90902 SEP84 10303-90802 CL 01 08 01 Pe ee , MUSRAB 5 OPER NOTE 
OPER NOTE MAYRE 4NZnk-ONEN UWA ANZNd-ONANd RI nd nA AA Tey ee ae 


11/08/85 
MODEL 


-- NUMBER. 


10300¢ . 
103018 
40301¢ 
403028 
10302¢ 
103038 
10303¢ 
103048 
10304c 
103058 
10305¢ 


103068 


 40306C~ 


403078 
103088 


| 103098 


403108 
10310¢ 
103118 
10311¢ 
10312¢ 
10320 
10321A 
103220 
10323A 


OPER 
OPER 


OPER 
OPER 
OPER 


OPER 
OPER 


OPER 


OPER 


OPER 
- OPER 


OPER 


SERV.NOTE SET BELOW 
~ 103068/C=1 


LITERATURE . 
‘TYPE. 


NOTE 
NOTE 
NOTE 
NOTE. 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE 


10306B/C~2 


10306B/¢~1 
103068/c-2 


OPER 


OPER 


OPER 


OPER 


OPER 
OPER 
OPER 
OPER 
OPER 


OF ER 


OPER 


OPER 


NOTE 


NOTE 


NOTE 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE 
NOTE. 
NOTE 
NOTE 


thte H/C PART 


ATE »>- NUMBER 


MBER LT VG 
dete DESCRIPTION kkk DESCRIPTION *&% DESCRIPTION dik DES? PTEON wit DESCRIPTION tock 


aus84 10300-99902 
‘MAY84 10301-90901 
AUGB4 10301-90902 _ 
~ MAYB4 10302-90901 


AUG84 10302-95902 


MAY84 10303-99901 
AUG84 10303-90902 


MAY84 10304-90901 


AUE84 10304-90902 
MAYB4 10305-90901 


AUGB4 10305-90902 
MAY84 10306-90901 


SEP84 WA SER 2421A & BELOW.MOD TO PREV MULTZPLE RESETS DURNING PWR-UP 
NOVB4 WA SER 2421A & BELOW INPROPER ALE SIG GEN 


SERV NOTE SET BELOW APR85 
SEP84 WA SER 2421A & BELOW.MOD TO PREV arta e RESETS DURNING PWR-UP 


ATE 


SEPSé 10300-"" “492 


~ JUL84. 10301-90801 
SEP84 10301-90802 


jUL84 10302-90801 


SEP84 10302-90802 


JUL84 10303-90801 
SEP84 10303-90802 


~ §UN84 10304-90801 
- SEP84 10304-9C02 


JUL84 10305-90801 
SEP84 10305-90802 


JUL84 10306-90801 
APR85 


BL oi 
8L01 
“BL 04 


8L..01 
st 01 
01 
01 
01 
01 


01 


. 01 
01 


NOV84 WA SER 2421A & BELOW. INPROPER ALE SiG 6 


MAY84 10307-90901 
MAY84 10308-90901 
JUN84 10309-90901 
MAY84 10310-90901 
AUGB4 10310-90902 
MAY 29311-90901 
AUGES 74511-90902 
AUG84 10312-90902 
MAY84. 5958-3703 

MAY84 5958-3703 

MAY84 10322-90901 


 MAY84 10323-90901 


FLS84 10307-90801 
Jui34 10308-90801 
JUL84. 10309-90801 
JUL84 10310-90801 


OCT84 10310-90802. 


JULB4 10311-90801 
ocT84 10311-90802 
ocTs4 19312-90802 
OCT84 5958-3704 

OCT84 5958-3704 

JULB4 10322-90801 
JUL84. 10323-90801 


BL 01 
8L 01 
8L 01 
8L 01 
01 
01 


1 93.01 


FICHE FICHE PART M P DP 
D NUM 


08 ot 


08 01 


08 01 


08:01 - 


08 01 


08 01 


08 01 
08 01 
08 01 
08 01 


08 01 


08 01 


08 01 
08 01 
08 01 
08 01 
08 01 
08 01 
08 01 


08 01 
08 01 
08 01 
08 01 


41/08/85. 
MODEL 
NUMBER 


11583A 


11588A 
11589A 


11590A 


—T1591A 


115924 


115928 


45930 


116 - 
116AR 


116008 
116028 


116040 


116054. 


| V1607A 


11608A 


11612A 
11635A 


“11652A 


LITERATI 
TYPE 


OPER & SERV | 
OPER & SERV | 
OPER & SERV | 
OPER & SERV | 


OPER NOTE 
OPER NOTE 
SERV NOTE. SE’ 
11589A-1 
OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER: NOTE 


14592A-2 


APER NOTE 


‘OPER NOTE 


OPER & SERV | 
OPER & SERV! 


MAN CHANGE - 


OPER & SEF | 
MAN CHANGE 


OPER & SERV | 
MAN CHANGE 


OPER NOTE 


OPER NOTE 
MAT CHANGE 


OPER NOTE 


MAK CHANGE 


OPER NOTE 
OPER NOTE 


MAN. CHANGE 
OPER & SERV | 


OPER NOTE 
MAN CHANGE 


OPER NOTE 


Eee ce Se : + 
; bee = 
sow. ¥ a - . . Y *. 


Sewan 40D adE eee A eae eee TEE se ER dee dh cote ee eee ee 


1: om om 2s gs | . eee ae os — oe an oe 
a EES @ @ & 88 eS etae : ee cee aS a 
EQ a 8 @8 8 8 nt : ; ; : 
E ir @ HE Fd oF 4 ; 
; Ae a : 
i | | ee | | ee | Li | re eee | (a 
a 
PAGE 1 11/08/85 eo, ae ; ee PAGE 16 11/0878 
Rola . 0 LITERATURE H/C “Hie PART. © FICHE Tithe PART MP » a MODEL 
a MUREER, Cc TYPE DATE NUMBER DATE MBER bot NUMBE 
CRIPYION *ex ae eek DESCRIPTION #ie DESCRIPTION iekk DESCRIPTION eke DESCRIPTION ike + DESCRIPTION ick 
2 ay AOS “11652A- 
10324A OPER NOTE MAY84. 10324-90901 JUL84 10324-90801 8L 01 08 01 4 1658h 
10326A OPER & SERV MAN JULB2 10326-90901 SEP82 10326-90801 BL 01 08 02 14668n 
10342¢ OPER NOTE AUGB5 10342-90902 OCT8S 10342-90802 8L 01 08 01 nd baa 
10365A. OPER NOTE APR70 10365-90901 JUL72 10365-90801 01.08 01 Pe 
MAN CHANGE APR71 10365-90901 ‘ 116618, 
-10366A OPER NOTE NOV70 10366-90901 = FEB71._ 10366-90801 01 08 01 
103668 OPER NOTE APR71 10366-90903 SEPES 10366-90803 8L 01 08 01 
“10367A OPER NOTE OCT70 10357-90901 OCT85 10367-90801 8L 01 08 01 
MAN CHANGE MAY71 10367-90901 
10373A OPER NOTE OCT74 10373-99000 SEP85 10373-99050 8L 01 33 01 
40375A OPER NOTE JAN?5 00197-90905 FEB75 00197-90805* 01 08 01 USE 10375A FICHE 00197-90817 
OPER NOTE MAR79 00197-90917 MAY79. 00197-$-317. 8L 01 08 01 WITH 1978 OPT O 
10376A OPER NOTE BEC7S 00197-90908 = JAN76 00197-90808 8L 01 O8 01 FOR 197A OPT 008 
OPER NOTE MAY79 10376-90901 JUN79 10376-90801 8L 01 08 01 FOR 1978 CAMERA ADAPTER 14e6i8 
. 103794 OPER NOTE NOV82 10379-90901 JAN82 10379-90801 8L 01 08 01 
E 10380A | INSTALL INSTR JUL83 5957-7618 OCT83 5957-7638 = 8L 01 08 01 
INSTALL INSTR MAR84 5957-7678 SEP8&4 5957-7679 BL 01 08 04 
INSTALL INSTR FEB82 5957-3282 DEC83 5957-3283 = 8L_07 08 01 
10380A-C04 INSTALL INSTRU MAY85 5958-5536 JUL85 5958-5537 BL _-01 08 01 
10380A-C12 MOD. SHEET MAYSS 10380-90904 JUL85 10380-90804 8L 01 08 01 
HEAD 10380A-C13 MOD SHEET MAY85. 10380-90905 JUL85 10380-90805 8L 01 08 01 stkeais 
10380A/C04 INSTALL INSTRUCT - NOV80 5955-8066 FEB81 5955-8067 = 8L_-01 08 01 . 
10381A INSTALL INSTR JUL83 5957-7618 OCT83 5957-7638 81 01 08 01 
; INSTALL. INSTR MAR84 5957-7678 SEP84.5957-7679 | BL 01 08 01 ; 
INSTALL INSTR FEB82 5957-3282 DEC83 5957-3283 = &L_ 01 08 01 116648 
103824 INSTALL INSTR JUL83 5957-7618 OCT83 5957-7638  8L-01 08 01 oe 
INSTALL INSTR MARS4 5957-7678 SEP84 5957-7679 BL 01 08 01 11664 
ek INSTALL INSTR. - FEB82 5957-3282 DEC83 5957-3283 81 01 08 01 : ee, 
ARDS : secs oe 
ried 10388A_ OPER NOTE AUG75: 10388-90901 SEP75 10388-90801* 8L 01 08 01 USE 10388A FICHE 10388-90803 “11865 
UPPLIES . OPER NOTE APR77 10388-90903. JUL77. 10388-90803 8L 01 08 01 an 4gabe 
10389A OPER NOTE AUG75 10389-90901 SEP75 10389-90801* 8L 01 08 01 USE 10389A FICHE 10389-9n802 
S ETC. : OPER NOTE MAY76. 10389-90902  SEPB3 10389-90802 8L 01 38 
104aR OPER & SERV MAN APR63_- 00104-9003 ~NOV74 00104-9004 01 02 02 11666A 
MAN CHANGE : 


‘AUG64 00104-9005 


99/08/85 
MODEL 


iY EY uy tet 


-41/08/% 
MODEL 


ee ee ie ae PAGE 17 
we PART FICHE FICHE PART MP DOP 


attmemrn ow 


OQ - LITERATURE. H/C 


% SS ee ee ee ee Peete eo Nee Uae PURE NaS age fer Pees rT Penteing Ve Vi Ve Vt : EE 
10382 INSTALL INSTR JUL83 5957-7618 Ss OC T83. 5957-7638 = BL 01 08 01 ee. eee 
“INSTALL INSTR . MARS4 5957-7678  SEPB4 5957-7679 8L 01 08 01 ee 11664 
INSTALL INSTR == FEBB2. 5957-3282 _DEC83 5957-3283 BL 01 08 01 
RDS ; go : lrg Nea ge Rae ate ame oe oe 
ie ie 10388A OPER NOTE AUG7S 10388-90901 . - SEP75 10388-90801* 8L 01 08 01 USE 10388A FICHE 10388-90803 ) 11665A 
PPLIES | Oe, OPER NOTE Ss APR?’7 10388-90903 © JUL77 10388-90803 8L 01 08.01 - be ’ iar 
ee 103890 OPER NOTE AUG75 10389-90901 SEP75. 10389-90801* 8L 01 08 01 USE 10389A FICHE 10389-9n802 _ 
ETC. : ee OPER NOTE -* MAY76 10389-90902 SEP83 10389-90802 81 01 38 01 : eee 
. 104aR OPER & SERV MAN APR6S 00104-9003 NOV74 00104-9004 01.02 02 eer 11666A 
MAN CHANGE ss AUG64 00104-9003. Pie yeaa Ca 


41/08/85 | eat ee | ; ees : PAGE 17 
MODEL ice ee 


PAGE 2 14/08/85 
A 0 LITERATURE H/C H/C PART FICHE FICHE PART M P p e MODEL 
NUMBER —C TYPE DATE NUNBER DATE NUMBER. LT NUMBER 
RIPTION *# es tke DESCRIPTION *** DESCRIPTION #et DESCRIPTION tik DESCRIPTION +s DESCRIPTION + ek 
104038 =——«OOPER- NOTE . JUN69- 10403-99001 JAN71. 10403-99801 01 08 01 416678 
104044 OPER NOTE JUN69 10404-99001  . SEP85 10404-99801. 8L 01.08 01 vidban 
10405A OPER NOTE iu JAN66 10405-99001 © JAN71 10405-99801 07.08 01 oe 
10407 _. SERV_NOTE SET BELOW SANTS aa 
M55 : : 10407A~1 MAY68 WO MOD. TO IMPR PERF & ELIM OSCIL OF MODEL 180/181. OSCILLOSCOPE e +G75A : 
LYZERS, 104078 =—s—tsé« FER’ NOTE JAN72 10407-90702 MAY72 10407-9080z* 01 08 01 USE 104078 FICHE 10407-90804 
an OPER NOTE. JUN7S 10407-90904 OCT83 10407-90804 8L 01 08 01 ; 116838 
1040838 OPER NOTE AUG70 10408-90901 + OCTB4 10408-90801 8L 01 08 01 
~10409A OPER NOTE OCT70 10408-90901 OCT84 16408-90801 8L 01 08 01 | 11687A 
10410A OPER NOTE AUG70 10410-90901 JUL72 10410-90801 01 08 01 116904 
4O411A OPER NOTE AUG70 10411-90902 SEP70 10411-90802 01 08 01 | -191691D 
. ; 104124 INSTALL INSTRUCT — SEP70 10412-90901 SEP85 10412-90801 8L 01 08 01 een | 
IFORMITY FOR 10421A OPER NOTE JUL78 10421-90901 AUG78 10421-90801 8L 01 08 01 aes 
| 10451A OPER NOTE JANOO 10451-99001 DEC81 10451-99101 8L 01 08 01 116954 
e | 104774 © OPER NOTE MAR71. 10477-90901 | JUN71_ 10477-90801 01 08 01 116944 
‘A/B INSTR, ALL 
10478A OPER NOTE MAR71 10477-90901 JUN71 10477-90801 01 08 01 116974 
OPT ; 
NSTR, ALL OPT. 10479A ~ OPER NOTE JAN72 10479-90902/3 MAY72 10479-90803 01 08 01 116978 
: : SERV NOTE SET BELOW MAY78 
: 10479A-1 JSUN67 ADD TWO TILT LIMIT. BARS TO PREV OVERTURNING 116976 
104798 OPER NOTE | JAN72 10479-90902/3 — MAY72 10479-90803 01 08 01 11698A 
| 10480 OPER NOTE - JAN72. 10480-90903 MAY72 10480-90803 01 08 01 ae 
104808 OPER NOTE JAN72, 10480-90904 = MAY72 10480-90804 01 08 01 a ceoie 
. 1699A 
10487A OPER NOTE DEC71 10487-96:01 FEB72 10487-99801* 01 08 01 USE 10487A FICHE 10487-90904 
OPER NOTE MAR73 10487-90903 SEP83 10487-90904 8L C1 08 01 ay 117 
10488A OPER NOTE - OCT71 10488-90901 —--—DEC71 10488-90801* 01 08 01 USE ,0488A FICHE 10488-90802 
OPER NOTE OCT79 40488-90902 OCT83 10488-90802 8L 01 08 01 VITA 
| 10490A OPER NOTE * OCT72 10490-90901  —- AUGBS 10490-90801 SL 01 08 01 
104914 “OPER NOTE AUG75 10491-90902 MAY82 10491-96802 8L 010801 . 
104944 INSTALL INSTRUCT = JANOO 10494-90902 -- MAY80. 10494-90802 8L 01 D2 01 SERIAL PFX 1812A & BELOW | 417078 
10495A INSTALL INSTRUCT  JANOO 10495-90903 MAYBO 10495-90803 &L 01 D2 01 SERIAL PFX 1822A THRU 1936A ere ! 


types on ee cae ees goer ae ee re a Oe ppg | Paes 
0 LITERATURE «H/C_-——sWHH/C._ PART “FICHE. SPICHE. PART. We BeBe Be ee ae Wee 
_NURBER CTYPE DATE NUMBER -s=DATE =—~—COCWNUDER «=o SV CG ne ars : NUMBER 


PAGE 3 


IPTION #% 


oe 
OPTIONS 


PAGE 4 


IPTION tee 


“10488A 


104904 


10491A 
10494 
10495A 


11/08/85 
MODEL. 
NUMBER 


404964 
105A 


405A-K07 
4058. 


051A 


405118. 


10515A 
1052A 


| 10525-60615 


10525A 
40525C 


10525H 
10525T 


10525T~HOS 


10526T 


10528A 


10529-60014 
105294 


 10533A. 


11708785 
MODEL 
NUMBER. 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


“INSTALL INSTRUCT 


INSTALL. INSTRUCT 


LITERATURE 
TYPE : 


INSTAL INSTRUCT. 


OPER & SERV MAN 
MAN. CHANGE 


‘OPER & SERV MAN 


OPER & SERV MAN 


MEN CHANGE 
OPER NOTE 


MAN CHANGE 


OPER & SERV MAN 


OPER & SERV. MAN 


OPER NOTE 
MAN: CHANGE 


OPER & SEKV MAN 
SPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 


OPER. & SERV MAN 
MAN: CHANGE 


SERV NOTE SET BELOW 


10525T-1 


10525T-2 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
OPER MAN : 


OP/SERV.-HAN SUPP 


OPER & SERV MAN 


OPER.@ seny MAN 


‘MAN CHA 
SERV NOTE “ser BELOW 
10529A-2 


OPER & SERV MAN 
MAN CHANGE 


LITERATURE 
Co TYPE 


OCcT7i 
OCT79 


ocT72 


AUG75 


~JANOO 
_JANOO 


H/C. 


DATE 


JANOO 


APR73 
FEB83 


“AUG69 


APR73 
FEB83 


MAY?72 


MAR76 
MAR69 


NOV69 


MAY72 
MAR76 


FEB7S 
JAN71 


FEB73 
AUG83 


SEP73 
FEB74 
FEB75 
AUG83 


AUG73 
JUN7TS 


JUL79 
APR79 


MAR74 
AUG83 


~AUG74 


AUGBO 
APR74 
MAY71 


- AUG73 


NOV84S 
JUN72 


 APR74 
DECBS 


H/C 
DATE 


10488-90901 


10488-90902 _ 
10490-90901 
10491-90902 | 
10494-90902 

10495-90903 


H/C PART 
ER 


10496-90902 


09105-9025 
00105-9025 


00105-91022 


00105-9025 
00105-9025 


01051-90003 
01054-90003 


10511-90006 
10515-90004 


01051-90003 
01051-90003 


10525-90026 
10525-90005 


10525-90017 
10525-90017 


10525-90021 
10525-90022 


10525-90024 
10525-90024 


_ MAY78 
WN SER 1120A.SOLU FOR 
WO ALL SER.HIGHER REL. 


10525-90030 
10525-90030 


10526-90008 
10526-90008 


10528-90008 
10528-90010 


10529-90007 


10529-90003 
10529-90005 


10529-90005 


WN ALL SER CLIP 


05300-90017 
05300-90017 


H/C PART 


-DEC71 10488-90801* 
- OCT83 10488-90802 


-AUGBS 10490-90801. 


MAY82. 10491-96802 


-MAY8O 10494-90802 
‘MAY80 10495-90803 


Se dee et a ho Tage 


St. 01.08.01 


08 or 


01 08 O1 USE :0688A FICHE 10488-90802 


- D201 SERIAL PFX 4812 & BELOW 
‘01 D2 01 SERIAL PFX 1822A THRU 1936A 


FICHE FICHE PART M PD P 


AUG81 10496-90802 


~ MAY83 00105-9026 


APR85 00105-9023 
MAY83 00105-9026 


SEP77 01051-90904 


JAN72 10511-90007 


. 0CT85. 10515-90013 


SEP7? 01051-90004 


OCT77 10525-90027 
FEB71 10525-90006 
AUGB4 10525-90028 


OCT77 10525-90029 


JSUN75 10525-90023* 
AUG84 10525-90025 


APR8O 10525-92031 
AuUG84 10526-90009 
SEP74 10528-9000C* 
Nov80 10528-90011 


SEP8S 10529-90008 


MAR73 10529-90004* 
MARB5 10529-90009 


ocT7s8 


BL 01 D2 01 
BL 01 02 02 


8L 01 02 01 
8L 01 02 02 


BL 01 04 


01 04 
8t 01 04 
8L 01 04 


8L 01 02 
01 02 
8L 01 02 


8t. 01 02 


01 02 
8L 01 02 01 


"3" LATCHING & FIRST PULSE NONDECTION 
INDICATOR LAMP 


8L 01 02 01 


8L 01 02 01 


01 a 01 USE 10528A . FICHE 


8L 01 0 
&L 01 02 01 


BL 01 02 


COVER REPL.SUPER S,'N 10529A-1 


MARB4 05300-90018 


FICHE "FICHE PART 
NUMBE 


BL 01 02 02 


MOP Q . 


USE 10525T FICHE 10525-90025 


10528-90011 


01 02 2 oe USE 10529 FICHE 10529-90009 


PAGE 48 


NUMB ‘DATE NUMBER Lo T.VG : 
, eke DESCRIPTION *** DESCRIPTION *e# DESCRIPTION hk DESCRIPTION week, DESCRIPTION “tote 


a 


: “Pase 19° 


NUMBER DATE - R LT 
kek DESCRIPTION belated DESCRIPTION week DESCRIPTION ke DESCRIPTION tik DESCRIPTION wick 


117A 


| 11707, 


V1710A 


11/08/85 
MODEL 
NUMBER 

117104 

117108 


V1711A | 


117124 


-AVITISA 


1171448 


| a5 0. 


VI716A 
117168 


4VA7I7A 


117208 


T1727 
11726A 


V1T29A 


117298 


| 197908 


117906-62 
11790865 


-117906-65 


941708 /85 
MODEL 
NUMBER 


10529-60014. OP/SERV MAN SUPP APR74 10529-90007 SEP8S 10529-90008 8L 01 02 01 


~ | 405294 OPER & SERV MAN MAY71.- 10529-90003 ss MAR73. 10529-90004" 01 02 02 USE 10529A FICHE 10529-90009 CS 117906 
)PTIONS es . OPER & SERV MAN ——-AUG73. 10529-90005 MARES 10529-90009 8L 01 02 02 
: bo eh oe MAN CHANGE NoW84 10529-90005 


SERV NOTE SET BELOW cT78 eee : ee ee ee 
10529A~2 JUN72 WN ALL SER CLIP COVER REPL.SUPER S/N 10529A~1 , +a790B-a%t 
OPER & SERV MAN —APR74 05300-90017 --MARBA 05300-90018 aL 01 02 02 . ee See ae ) 44 7e06 Lest 
MAN CHANGE == s«DEC83. 05300-90017 oe pS : aes 117908-655 


7 2 =o 
‘ i B 


11/08/85 ee ee 7 : : PAGE 19° 11/08/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M P DP vee MODEL 
NUMBER C—i(i‘é‘~iTYPES:C*# DATE NUMBER DATE NUMBER LT VG NUMBER 
, #+# DESCRIPTION *#* DESCRIPTION ** DESCRIPTION ##e DESCRIPTION wet DESCRIPTION #tt 
“10536A «COPE & SERV MAN MARS 10536-90006 OCT77 10536-90007 8L 01 02 01 “117924 
ne SERV NOTE SET BELOW OcT78 iB 
Ghia 10533A~1 - APR7O WA SER BELOW 200-.MOD TO CORREC P1 ERROR DEFEAT 118: 
“10538A | OPER & SERV MAN —_—-FEB7C0. 10538-90003 OCT77. 10538-90004 81 01 02 01 Nach . 
105424 OPE’ & SERV MAN --:OCT73.- 10542-90004 © OCT77 10542-90005 8L.01 02 01 ea gay Gis 
“10550A. = s*OPER & SERV MAN —FEB72.05525-90014 — AUG74 05525-90020 «01 02 04 ie 
105508 - INSTRUCT MAN JUL72 10550-90007 SEP74 10550-90008* 01 O2 01 USE 105508 FICHE 10550-90010 118508. 
Heit | INSTRUCT. MAN JUL77 10550-90009  AUG77 10550-90010 8L 01 02 01 ate 
| 10552a OPER HANDEOOK SUFP DEC?9 10552-90005 JUL81 10552-90006 &L 01 02 01 
ae MAN CHANGE 1 10552-90005 anne 
; 105550 MAN SUPP - OCT?Z 05525-90016 —- JAN78 05525-90022 aL-01 02 01 
: ‘ MAN. CHANGE APR75 05525-90016 11859A 
PTIONS none 
10556A INSTRUCT MAN DEC72 10556-90004  - OCT77 10556-90005 st 01 02 01 118598 
SERV NOTE SLT BELOW . APR83 . rere 
10556A-1 NOV82 WA SER 1208A03460 & BELOW.MISFITTING OF RETROREFLIECTORS INTO ANGULAR MOUNTS |-17860A, 
10557A INSTRUCT MAN JUL77 10557-90007 AUG77 10557-90008 8L 01 02 01 118614 
-10558A INSTRUCT MAN JAN73 10558-90005  OCT77 10558-90006 81 01 02 01 118630 - 
10559A INSTRUCT MAN JUL77 10559-90006. AUG77 10559-90007 aL 01 02 01 11863E. 
- 10562A OPER NOTE JAN8O 70562-90001 | -MAR8O 10562-90002 8L 01 02 01 
10562A-001 OPER NOTE JAN8O 10562-90001 MAR8O 10562-90002 8L 01 02 01 11864A 
105658 INSTRUCT MAN AUG74 10565-90007 = JUL74 10565-90008* 01 02 01 USE 10565B FICHE 10565-90010 
INSTRUCT MAN MAY?7 10565-90009  FEB8O 10565-90010 8L 01 02 01 11867A 
MAN CHANGE - DEC79 10565-90009 nani 
‘105670 OPER & SERV MAN —-JUN77 10567~90005 FEB80 10567-90006* 8L 01 02 01 USE 10567A FICHE 10567-90009 
INSTRUCT MAN =>“ JUL81. 10567-90008 © AUG81 10567-90009 8L 01 02 01 
10569A MAN SUPP 5525A/B/6A OCT71 05505-90007 OCT75 05505-90009 8L 01 02 01 11870A 
10579A +s SERV_NOTE SET BELOW OcT78 11873A 
age 10579A=1 ~ SEP74 WA SER 1328 ONLY.IMPR FREQ MULTI BOARD Dees ‘ote 
969 eee Sls _ . 75A 
105800 INSTRUCT MAN JUN74 10580-90002  - DEC77 10580-90003* 8L 01 02 01 USE 10580A FICHE 10580-90008 oe 
INSTRUCT MAN. SEP79. 10580-90007 OCT79 10580-90008 8L 01 02 01. ; eae 120A. 
ee SERV NOTE SET BELOW __ JULB4 ae . 
: ae ao 10580A/10753A MAR84 WN ALL SER.REPL PARTS (USED WITH 5526A/5528A LASER SYSTEM) 
ree “105814 =——SSINSTRUCT MAN = QUL75. 10581-90003 DEC?7 10581-90004 81 01 02 01 ~ 1204/8 
eee 10583A OPER NOTE ~~ AUG?5 10583-90003 DEC77 10583-90004. 8L.01 02 01. : 
Lat nennu nae 
ees | goers 8 eo eee oo = peo Peerage eae ies 20 | 91/08/85 
PAGE MODEL 59. oe LITERATURE = H/C “H/C PART FICHE FICHE, PART MPD fe | | MODEL 
ne —t NUMBER oC DATE NUMBER —sODATE LTV NUMBER 
OTION wee eg ret ee eae en eee thik DESCRIPTION tik DESCRIPTION tik DESCRIPTION kkk DESCRIPTION ee DESCRIPTION tek 


105854 USER'S MAN PRED 10585-90003" ~-aPR81.10585-90008 sLOo10202 = oe eee 


Mani: rliamer 


TIONS 


405938 
106A. 


105804 


“105814. 
105830 


11/08/85 
MODEL 


‘NUMBER Cl 


10585A 


10586A 


105908 


_ “INSTRUCT ‘MAN 


INSTRUCT MAN 


SERV. NOTE SET BELOW 


10580A/10753A 
INSTRUCT MAN _ 


“OPER NOTE 


LITERATURE 
TYPE 


_ USER'S MAN 
MAN CHANGE 
SERV NOTE SET BELOW 


10585~1 


OPER NOTE 
‘OPER NOTE 


OPER. t SERV MAN: 


» 10590A-1 


1068 


10618A 
10625A 
10626A 


10631A/B/C 


10638A 


10671A 
10672A 
10673A 
10674A 


-10686A 


-10692A 


106928 


11/08/85 

= MODEL... 
NUMBER. --C 

10693A 


o 7 


OPER NOTE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
NOTE 


MAN SUPP 
MAN. CHAI 


NGE 
SERV NOTE SET BELOW 
10626A~2 oc 


SERV NOTE SET BELOW 


10631A/B/C-2 


_ 10631A/B/C/0-3 


OPER & SERV MAN 
MAN CHANGE 


- CONVERSION PROCED 


CONVERSION PROCED 
OPER & SERV MAN 
MAN SUPP 


INSTALL NOTE 
INSTALL NOTE 


OPER NOTE 


OPER MOTE 
OPER 


OPER NOTE. 
MAINT NOTE 


- “OPER NOTE © 


NOTE 
SERV NOTE SET BELOW 
106928-1. 


LITERATURE 
TYPES 


JUN?4 10580-90002 
SEP79 10580-90007 


DEC77 10580-90003* 8L 01 02 01 USE 10580A FICHE 10580-90008 


OCT79 10580-90008 


8L. Ot 02 01 


JULES 
MAR84 WN ALL SER.REPL PARTS CUSED WITH 5526A/5528A LASER SYSTEM) 
DEC7? 10581-90004 BL 01 02 01 
DEC77 10583-90004 8L 01 02 01 


JUL75 10581-90003 


i AUG75 10583-90003 


H/C H/C PART 


DATE NUMBER 


DATE NUMBER L T V6 
wkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION ik DESCRIPTION thick DESCRIPTION #ek 


APR80 10555-70003. 
MAR81 10585-90003 


FICHE FICHE PART M P.D P- 


APR81. 10585-90004 


8L 01 02 02 


JULB2 
_APR82 WO SER 2040 & BELOW; SOFTWARE CORREC OF PROG ANOMALY 


JAN8O 10586-90001 
MAR82 10586-90008 


MAR74 10590-90004 
OCT84 10590-90004 


MARBO 10586-90002 
SEP84 10586-90009 


DEC84 10590-90005 


8L..01 02 01 
8 01.02.01 


8L 01 02 02 


OcT78 
JUL77 WO SER 1628,A-1BD(10590-6001)REV A.ERRONEOUS CIRCUIT TRACE 


MAR74 10593-90003 


JUN65 00106-9029 
GCT67 00106-9029 


JUN6S 00106-9029 
OCT67 00106-9029 


OCT70 10618-90005 
JUL73 10625-90003 


JUN69 10626-90002 
OCT71 10626-90002 


APR74 10593-90006 
SEP70 00106-9030 


SEP70 00106-9030 


DEC70 10618-90006 
JAN76. 10625-90004 
APR81 10626-90003 


01 02.01 


01.02 02. 


01 02 02 


01 02 02 
8L 01 02 01 
8. 01 02 01 


ocT7s. 
T?71 WN SER BELOW 956. DMI-DMA COMPATIBILITY.SUPERSEDES 10626A~1 


ocT78 
DEC75 WO REC REPL PARTS.SUPER 10631A/B8/C-1 eke REPL BY 10631A/B/C-3 
MAY77 WO RECMD REPLACEABLE PTS HP-IB CABLES 


SEP73 10638-90002 
JAN79 10638-90002 


SEP73 05451-90098 
SEP73 05451-90098 
JUL72 10673-90001 
JUL72 10674-90001 


AUG74 10686-90003 
APR?77. 10686-90005 


JUN75 10692-90001 


AUG?5 10692-90002 
FEBB0 10692-90007 


H/C H/C PART 
DATE -NUMBER ATE : NUMBER ‘oT VG 
hk DESCRIPTION *% DESCRIPTION ake DESCRIPTION kk DESCRIPTION tik DESCRIPTION *kk 


JANT6 10693-90002 
“ANTS 10693-90004 
~ OCT78. 10693-90006 


FEB79. 10638-90004 


DEC77? 05451-90483 
DEC7? 05451-90483 
JUL75 10673-90008 
JUL75 10674-90006 
OCT74 10686-90004* 


“DEC77 10686-90006 
JUL75- 10692-90004* 


OCT7?. 10692-90003* 
MAR8O 10692-90008 


Se. FICHE PART. 


8. 01 02 0 


= 


8L 01 02 01 
8L 01 02 01 
8L 01 02 01 
8L 01 02 01 


01-02 01 
BL 01 02 01 


32.01 02 01 
BL 01 02 01 


7 


8L. 01 02 01 
ocT78. 
NOV75. WO. ALL SER.PERIODIC SPECIFICATION CHECK 


MP OD P 


.OCT77 10693-90005 -8L 01 
FE880 10693=90007* &L. 01-02 01 lise 4ADAOZA FICHE 4ngo%-9nnno 


USE 10686A FICHE 10686-90006 


USE 10692B FICHE 10693-90003 
USE 10692B FICHE 10692-99008 


DEC76 10693-90003« 8t 01 2 ie ‘USE 10693A FICHE 10693-90007 


ae eee: 


120A 


4204/8 


11/08/85 
MODEL 
NUMBER: 


120A/B 


120AR-H13 
1208 


| 1208-177 


1200A 


1200/8 


12008 
201A 


1201A/8 


11/08/85 
“MODEL 
NUMBER 


| 1202A 


JSUL75 10692-90004 7 01 02 01 USE 106928 FICHE 10693-90003 


- OCT77 10692-90003" 8L 01 02 01 USE 106928 FICHE 10692-97008 
Ayer 10692-90008 &8L 01 02 01 


 JUN75 10692-90001 
AUG?5 10692-90002 


10692 
106928 


OPER NOTE. 
OPER NOTE. 


(OPER NOTE FEB80 10692-90007 
SERV NOTE. SET BELOW 


11/08/85 11/08/85 
MODEL = 9CLITERATURE = «H/C. H/C PART FICHE FICHE PART MP DP MODEL 
NUMBER CCST DATE NUMBER DATE. —sNUMBER. =oLT_(V NUMBER 

. kkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION iekk DESCRIPTION ** DESCRIPTION *ke | 
10693A OPER NOTE JAN76 10693-90002 -DEC76 10693-90003* BL 01 02 01 USE 10693A FICHE 10693-90007 
‘ ‘MAINT NOTE _ JAN76 10693-90004 OCT77 10693-90005 8L 01 02 01 | , 1202A 
OPER NOTE OCT78 10693-90006  FEBBO 10693-90007* BL 01 O2 01 USE 10693A FICHE 10693-90009 
OPER NOTE JANB1 10693-90008 . MARB1 10693-90009 8L 01 02 01 gree ao 
a 10697A-056. “INSTALL. NOTE OCT76 05451-90644 APR77 05451-90445 8L 01 02 01 12024/8 
) 0. eG : 
peli 10697A-057 INSTALL NOTE === OCT76 05451-90444 ——-APR77 05451-90445 8L 01 02 01 
106978 INSTAL/OP DEMO NOTE MAR75 05451-90253 FEBBS 05451-90254 &L 01 02 01 
Mees INSTAL/OP DEMO NOTE APR75 05451-90259 | APRBS 05451-90260 BL 01 02 Ot 
_INSTAL/OP/SERV NOTE MAR7S 05451-90263 FEB85 05451-90264 8L 01 02 01 | 
INSTAL/OP/SERV NOTE AUG75 05451-90319 AUG75 05451-90320 BL 01 02 01 eee 
INSTAL/OP DEMO NOTE SEP75 05451-90337  OCT75 05451-90338« BL 01 O2 01 USE 54420A-620 FICHE 05451-90443 
—OPER/SERV NOTE —_-NOV75 05451-90348 —JAN76 05451-90349 BL 01 02 01 
INSTALL & OPER DEMO APR76 05451-90387 -DEC76 05451-90388" 8L 01 02 01 USE 5451C-402/403 FICHE 05451-90507 12028 
SERV NOTE SET. BELOW APR79 ’ 
; PespAse 1069 7B+1 MAR76 WN OPTIONS 402,03,0R 442. CNTRL OF ANALOG X-Y PLOTR PEN LIFT .BY MODAL ANALYSIS II 
: ONT'D SOFTWARE IN 5451B SYSTEM 4308 
: ‘oki 

106978-056 ——_‘INSTALL_NOTE OCT76 05451-90444 — APR77 05451-90445 BL 01 02 01 ante 

: : : Ale 

106978-057 INSTALL NOTE OCT76 05451-90464 APR77 05451-90445 8L 01 02 01 7 

10697¢-S60 «INSTALL NOTE APR79 05451-90538 JUN79 05451-90539 8L 01 02 01 FOR 54668 ADC 

10697C-046 INSTALL NOTE APR79 05451-90538 JUN79 05451-90539 8L 01 02 01 FOR 5466B ADC 

10698A CONVERSION PROC MARTA 10698-90003  SEP85 10698-90004 &L 01 02 01 

107AR OPER & SERV MAN —AUG6S 00107-9004 JAN71.00107-9009 —=1 02 02 

MAN CHANGE AUG70 00107-9004 4205p 
' B 
1078R OPER & SERV MAN AUGG5 OL'197-9004 © —-.JAN71.00107-9009 —=—ot_ 02 02 
MAN CHANGE AUG70 60107-9004 1206, 
OA 
10708A OPER & SERV MAN JANBO 10708-90001 -MAR8O 10708-90002 BL 01 02 01 : 

107088 OPER & SERV-MAN —_JAN8O 10708-90001  MAR8O 10708-90002 81 01 02 01 1206A/8 

10712A OPER & SERV MAN —-JANS0. 10712-90001 MAR8O 10712-90002 8L 01 02 01 7 

| 107144 OPER & SERV MAN —JANEO 10714-90001 —-JUL81_ 10714-90002 BL 01 02 01 
. MAN CHANGE MAY81 10714-90001 

10722A INSTRUCT MAN JANBI) 10722-90001 MAR8O 10722-90002 8L 01 02 01 

10727A OPER NOTE JnN80 10727-90001 MAR8O 10727-90002 SL 01 02 01 “Shee 

10729A OPER & SERV MAN DEC79 10729-90001 MARBO 10729-90002 @L 01 02 01 

107404 OPER & SERV MAN —-JUN77 10740-90002 —-MAY79 10740-90003* BL 01 02 01 USE 10740A FICHE 10740-90005 1207A 

“OPER & SERV MAN JANBQ 10740-90004 JULB1 10740-90005. BL O1 02 1 moe : 
MAN. CHANGE MAY81 10740-90004 an 


107424 


10692B-1 


MAN CHANGE. 


/ TEMP. oP t SERV MAN 


BAi- Mita 


cT78 
NOV75. wo ALL SER. PERIODIC SPECIFICATION cHECK 


—-JUN74 10741-90005: 


JUL75 10742-90001 


“waved 10742-90003 BL 01 02 01. 


PAGE 21 


11/08/85 ea i eee PAGE 22 91/08/85 
MODEL LITERATURE H/C H/C PART AICHE, ; FICHE PART M PD F : MODEL 
NUMBER. TYPE . i DATE NUMBER - - DATE NUMBER LT Vv NUMBER 
i tik - DESCRIPTION kkk DESCRIPTION akk DESCRIPTION awe DESCRIPTION wkk DESCRIPTION trick i. Bop 
107M1A——s*«< PER NOTE MAY74 10741-90005 --MAYB2 10761-90007 81. 01 02 01° : 1207/6 


WresA 
407404. 


11/08/85 
MODEL 
NUMBER 


107414 
10742 _ 


‘107450 
| 107468 
| t0752a/e/c 


410753A 


107550 
107558 


10756A 


10760A 
10761A 


107624 
10763A 


107644 
| 107648 


11/08/85 
MODEL 
NUMBER 


10764c° 


OMAN CHANGE 


. MAN -CHANG 
SERV. NOTE. SET. “BELOW 
107648/¢: C-1. 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


LITERATURE 
TYPE 


OPER NOTE 


“MAN CHANGE 


TEMP ne & eneny MAN 
MAN CHANG 


OPER & SERV MAN 
OPER & SERV MAN . 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 
-10752a/8/c~1 


SERV NOTE SET BELOW 
10580A/10753A 


OPER & SERV. MAN 


OPER & SERV MAN 
MAN CHANGE 

OPER & SERV MAN 
MAN CHANGE. 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV. MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 


| MAN CHANGE J 
SERV NOTE SET BELOW ‘ 


“O761A-1 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE 


. OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV. MAN 


~ OPER & SERV MAN 


SERV NOTE SET BELOW 
107648/C-1 


LITERATURE 
: TYPE 


OPER & SERV WAN 


~ JUN7? 
 MAY81 


DEC79 10729-90001 


10740-90002 
JAN8O 10740-90004 
10740-90004 


H/C H/C PART 
DATE NUMBER 


NUMBER LTV 
xkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION kkk DESCRIPTION ekk DESCRIPTION sik 


“MAY74 10741-90005 
JUN74 10741-90005 


JUL75 10742-90001 
MAR75 10742-90001 


AUG75. 10745-90003 
JAN81. 10745-90005 
NOV84. 10745-90005 


DEC75 10746-90002 


DEC78 10746-90004 
FEB85 10746-90004 


APR&S 


MAR84 WN ALL SER.REPL 


10755-70004 


10755-90006 
10755-90006 
FEB83 10755-90011 
SEP84 10755-90011 


AUG75 10756-90002 
JAN82. 10756-90002 


10760-90002 
10760-90004 
10760-90006 
10760-90008 
10760-90008 


10761-90004 
10761-90007 
10761-90007 


APR77 


JAN81 
FEB81 


10762-90005 
10762-90007 


10763-90001 
10763-90001 


10764-90006 


AN79 10764-90004 
MAR80 10764-90008 


~APR82 10764-90012 Aras 
DEC84 WA ALL SER.REC REPL CAP ON FAST PULSE CON 


H/C PART 


“NOV83 40764-90016 
NOVE4 10764-90016 


AP. PRBS 
“DEC84 WA ALL SER. REC REPL CAP. ON FAST PULSE CON 


MAREO 10729-90002 8L 01 02 01 


MAY79 10740-90003* 8L 01.02 01 USE 10740A FICHE 10740-90005 


JUL81 VO7AQ=20005 BL i, 02 01 


FICHE 
DATE 


FICHE PART M P 


D : 


MAY82 10741-90007. 8L 01 02 01 


MAY81 


10742-90003. 8L 01 


02 01. 


MAY79 10745-90004* 8L 01 02 02 USE 


MAR85 


JUN85 


ocTss 
WN ALL SER.REC: REPL'S 


JULES 


10745-90006 8L.01 


10746-90005 8L 01 


02 02 


DEC77 10746-90003* 8L 01:02 02 USE 


02 01 


PARTS CUSED WITH 5526A/5528A LASER 


APR7? 
MAR81 
DEC84 


FEBB4 


APR79 
WA SER BELOW 1712.MOD 


JAN78 
NOV78 


FICHE 
NUMBER DATE UMBER. kT OV , 
whe DESCRIPTION kkk DESCRIPTION kkk "DESCRIPTION eke DESCRIPTION ake - DESCRIPTION tek, 


10755~90005* 8L 01 
10755-90007 8L 01 
10755-90012 SL 


10756-90003 8L 


10760-90003 8L 
10760-96005* 8. 
10760-90007* 8L 
10760-90009 &8L 


10761-90005* 8L 


10761-90008 . 8L 


TO ELIM SIG TIMING 
10762-20006* 8L 01 


10762-90008 8. 01 0 


10763-90003 8L 01 


10764-90007 8L-01 
10764-90005* 8L 01 


10764-90009* 8L 01 
10764-90013 8L 01 


FICHE PART MP 


USE 


10745A 


10746A 


SYSTEM) 


107558 


10760A 
10760A 


10760A 


PROBLEMS. 

02 01 USE 
201 

02 02 


02 01 


02 01 USE 
02 01 USE 
02°01 


D F 


MARES 10764-90017. aL o1 02 02 


10761A 


10762A 


076k 
107648 


FICHE 10745-90006 


. PAGE 22 


Jew 


1207A 


4207A/8- 


41/08/85 
MODEL. 
“NUMBER 


FICHE 10746-90005 


FICHE 10755-90007 


FICHE 10760-90005 
FICHE 10760-90007 
FICHE 10760-90009 


FICHE 10761-90008 


FICHE 10762-90008 


FICHE 10764-99009 
FICHE 10764~90013 


‘PAGE 23 


12078 


| 12084 


4208A-H11 
12088 


1208B-H20 
215A 
1215A/8 


11/08/85 
MODEL 
NUMBER 


“A215A/8- 
121508 
12158. 


1207A/B 


ao 


Ewe Urns 


|. 14.208/85 
MODEL 


0 
'- NUMBER Cc 


10764C 


“107804 


107810 
-10783A 


10791A 
107918 
10791¢: 
10810A 


108108 
. 10811A 


108118 


10830A 


10831A 


WE LAR @ VERY 


. OPER & SERV MAN 


OPER & SERV MAN 


SERV aye SET BELOW 


-107648/C 


‘LITERATURE 
TYPE 


GPER SERV MAN 
MAN. CHANGE 


SERV NOTE, SET BELOW 


107645 
OPER & SERV MAN 


- O?ER & SERV. MAN 


OPER & SERV MAN 
MAN. CHANGE 


SERV NOTE SET BELOW 
10780A~1 


‘OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


INSTALL MAN 
INSTALL MAN 
INSTALL MAN 


INSTRALL INSTRUC 
ADDEN TO 0 & S MAN 


ADDEW 70 0 & S MAN 


one f iy MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


108118-1 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN. CHANGE 


10842A 
10855A 


108574 
10870A 
“109054 


11/08/85 
po MODEL 
_.. (NUMBER 


409200 
10921-60004 
10921A 


INSTALL NOTE 


OPER & SERV MAN 
MAN CHANGE 


OPER & JERV MAN 
INSTALL NOYE 


INSTALL NOTE 


~ LITERATURE 
TYPE 


OPER & SERV MAN 
MAN CHANGE 


“OPER & ‘SERV man 


MODULE MAN. 
MAN: CHANGE 


CANE TUFosr eu 
MARO 10764-90008 
APR8&2 10764-90012 


we H/C PART 
DATE NUMBER 


MAROU TUPOR&@F7UUUS® OL UT 


Ve Ul USE 10/648 FICHE USO8=3}0U09 
JANB2 10764-FO009* 8L 01 02 4 USE 107648 FICHE 10764-90013 
JUL82 10764-90013 8L 01 02 0 


APR85. 
DEC84 WA ALL SER.REC eit CAP. oN FAST PULSE CON 


FICHE FICHE PART M P D P 


DATE NUMBER 


PAGE 23 


L oT.Vv6 
wik DESCRIPTION *%% DESCRIPTION: *ex DESCRIPTION tick DESCRIPTION *** DESCRIPTION *k* 


NOV83 10764-90016 
NOV84 10764-9001 


MAR85 10764-90017 8L 01 02 02 


APR85 
DEC&4 WA ALL SER. REC REPL CAP ON FAST PULSE CON 


MAR79 10730-90004 
MAR8O 10780-90006 
JAN82 10780-90009 
APR84 10780-90009 


OCT&2 10781-90004 


'SEP80 10783-90003 
MAY81 10783-90003 


NOV83 10791-90001 
NOV83 10791-90001 
NOV83 40791-90001 


MAR75. 10810-90003 
MAY78 10810-90006 


MAY78 10810-90006 


AUG80 10811-90002: 
DEC84 10811-90002 


Aug80 10811-90002 
JUN84& 10811-90002 


APR8&3 
NOV&2 WO SER 2216A01725 & BELOW.REPL KIT 


MAR7? 10830-90002 
MAR81 10830-90002 


MAR77 10831-90002 
OCT79 10831-90002 


JAN84 10842-90004 


~ JUL76 10855-90001 


OCT83. 10855-90001 
AUG84 05334-90011 
MAY78 10870-90002 
FE677. 10905-90007 


H/C H/C PART 
DATE NUMBER 


“Nov78 10920-90003 


MAY81 10920-90003 
FEB81 10921-90005 
SEP77 10921-90003 


“- APR79: 10921-9NNNs 


FEB80 10780-90005* 8L 01 02 01 US 
MAY80 10780-90007* 8L 01 O2 01 US 


MAY84 10780-90010 8L 01 02 01 


JAN83 10781-90005 
JUL81 10783-90004 


FEB84. 10791-90005 
FE884 10791-90005 
FEB8& 10791-90005 


SEP85 10810-90004 
SEP85 10810-90007 


SEP85. 10810-90007 
MAR85 10811-90003 


SEP84 10811-90003 


AUG84 10830-90003 
NOV79 10831-90003 


JUL84 10842-90005 
MAR84 10855-90002 


NOV84 05334-90012 
JUL84 10870-90003 
APR77 10905-90008 


st 01 


st 01 


8L 01 
8L 01 
8L 01 


8L 01 
8L 01 


8. 01 
8L 01 


8L 01 


02 


02 


02 
02 
02 


FOR FLEX 


8L 01 
8L 01 


BL 01 
BL 01 


8L 01 
8L 01 
8L 01 


02 


02 


02 
02 


02 
02 
02 


01 


01 


01 
01 
01 


01 
01 


01 
02 


02 


CIRCUIT ASSY P/N 10811~*0014 


02 


01 


“FICHE. “FICHE. PART F D E.. 
DATE NUMBER L V. 

akk DESCRIPTION ke DESCRIPTION *ik DESCRIPTION kkk DESCRIPTION tokk DESCRIPTION kk 

JUNB1 10920-90004 SL 01 02 03 FOR 542DA PIGITAL SIGNAL ANALYZER 


~ SUL81 10921-90007 BL 01 02 02 


AUG79 10921-90004 8L 01 02 01 


780A FICHE 10780-90007 
780A FICHE 10780-90010 


PR79 
-DEC?77 WO SER BELOW 1644A00680. MOD TO ELIM DEGRADATION OF OUTPUT SIG DUTY cy AT LOW: S16 LEVELS 
* JUL82 10781-90004 


’ PAGE 24 


15A 
| 1215a/8 


41/08/85 
| MODEL 
NUMBER | 


1215A/8 
121508 
12158. 


|42170, 


1217A/B 


12178 


122A/AR 


12200 


11/08/85 
“ “MODEL 
_ NUMBER 


“42200 


a era eer eae “Se ee eee ee ee eee ee ee ee ee ee Le 


_ ~~, a oo Van Var a Pe 


JUGIUA 
10905A 


11/08/85 
MODEL 
NUMBER 


40920A 


40921-60004 


“109218 
10960A 
110A 

41000 
11001A 
140024 
41003A 
110044 
11005 


11028A 
11030 


11035A 
11036A 
41039A 
1104A 


“110408 
110444 
110450 
11046 - 


110474 
110498 


11/08/85 
MODEL 
NUMBER 


11049A 
1105A 


-*4ncna 


OPER & SERV MAN —--NOV78 10920-90003 


OPER. & SERV MAN 


OPER NOTE 
OPER NOTE FEB77 7 5955-2714 
SERV NOTE SET BELO We 
1105A~1 


ANSTALL NOLE 
INSTALL NOTE 


VAS 15710-70002 
FEB?7?7. 10905-90007 


JUL84 10870-90003. 8L 01 O02 01 
APR77 10905-90008 8L 01 02 01 


pies PAGE 24 
LITERATURE H/C ne cant JFICHE gia ala K F q c 

TYPE DATE DATE NUMB L 
kK DESCRIPTION Rik DESCRIPTION kkk DESCRIPTION tik DESCRIPTION xen DESCRIPTION kk 


JUNS1 10920-90004 &L 01 02 03 FOR 5420A DIGITAL SIGNAL ANALYZER 


MAN CHANGE MAY81 10920-90003 

OPER & SERV MAN _—-FEB81._ 10921-90005 JUL81 10921-90007 8L 01 02 02. 

MODULE MAN SeP7? 10921-90003 AUG79 10921-90004  8L 01 02 01 

INSTAL/OP/SERV NOTE MAR76 05425-90306 DEC76 05425-90307. 8L 01 02 01 

INSTRUCTIONS —-JANOO 00110-90500 -—«NOV74 00110-90502 01.2101 

‘OPER NOTE _ NOV78 11000-90001. ——-MAR79 11000-90051 aL 01 09 01 

OPER NOTE ———Ss-NOV78-11000-90001 MAR79 11000-90051 BL 01.09 01 

OPER NOTE. -NOV78 11000-90001 MAR79. 11000-90051. 8L 01.09 01 

OPER NOTE NOV78 11000-90001 MAR79 11000-90051 8L 01 09 01 

OPER NOTE OCT74 11004-90001 SEP85 11004-90051 8b 01 09 01 

OPER NOTE i MAY66 11005-90000 JAN71 11005-90050* 01 09 01 USE 11005A FICHE 11005-90053 
OPER NOTE AUG77 11005-90003 SEP77 11005-90053 8L 01 09 01 

OPER NOTE SEP66 11028-90001 SEP85 11028-90051 81 01 09 01 

OPER & SERV MAN AUGé4 01103-90901 MAR75 01103-90801 01 08 01 

OPER NOTE NOV78 11000-90001 MAR79 11000-90051 8L 01 09 01 

OPER NOTE JUL74 11036-90003 SEP85 11036-90057 8L 01 09 01 

OPER NOTE JANOD 11039-90002 SEP85 11039-90052 8L 01 09 01 

OPER NOTE OCT68 01104-90903 APR85 01104-90803 8L 01 08 01 

+108Ac panne! FEB68 § REVISED BIAS ADJ. PROCEDURE 

OPER NOTE JUL74 11040-90002 SEP85 11040-90057 BL 01 09 01 

OPER NOTE APR73 11044-90003 SEP35 11044-90053 8L 01 09 01 

OPER NOTE | APR73 11044-90003 SEP85 11044-90053 8L 01 09 01 

OPER NOTE MAY70 11646-90000 SEP70 11046-90050 01 09 01 USE 11046A FICHE 11046-90051 
OPER NOTE JUN79 11046-90001 AUG79 11046-90051 8L 01 09 01 
OPER NOTE APR77 11047-90003 AUG77 11047-90053 8L 01 09 01 


OPER & SERV MAN JANTS 11049-90001 JUL73: 11049-90051* 01 09 01 USE 11049A FICHE 11049-90052 
OPER & SERV MAN 11049-90002 MAYSO 11049-90052* 8L 01 09 01 USE 11049A FICHE 11049-90053 
OPER & SERV MAN SEPaO 11049-90003 NOV8O. 11049-90053* 8L 01 09 01 USE 11049A FICHE 11049-90054 
OPER & SERV MAN ~  NOV87 11049-90004 SEP82 11049-90054* 8. 01 09 01 USE 11049A FICHE 11049-90055... 


= 
oO 


ae ee PAGE 25 
— LETERATURE =H H/C PART FICHE FICHE PART MP DP 

TYPE DATE NUMBER DATE NUMBER LT V 6 

wk DESCRIPTION Rkhk DESCRIPTION kkk DESCRIPTION te DESCRIPTION Lalaied Se wick 


MAYS 11049-90005. SEP84 11049-90055 8L 01 09 O01 


“MAYT2 01105-90904 JUN7S 07105-90804 01 08 01 USE 11054 FICHE S9S5-2715- 
: sr 3989-2115 | = BL 01 08 01 


SEP67 REPLACEMENT OF R11_ 


lan?z na 4 niowonnna 


Aveo ¢ cebu Mant aT Tt) oe Aga MABE Ral BA RAD ike Gb A@AE edie Eb eee: 


11/08/85 
MODEL” 
NUMBER 


2° 


122000 42 


12200-007 OP 


12218 OP 


1222A OP! 


11/08/85 
MODEL 0 
NUMBER c 
222A 22. fon 122 
223A PRE 
| OPE 
ory are : Ane 


Veen @ Vane Pint 
OPER & SERV MAN 
OPER & SERV MAN 


MVE Pivry sue RATOU 
SEP80. 11049-90003 
NOV81 11049-90004 


EIU IU FUUIE bBUl Us Ul Voe EIUS7A FILE TIUasnyUUSS 
NOV80 11049-90053« 8L 01 09 01 USE 11049A FICHE 11049-90054 
SEP82_ 11049-90054* ag 01.09 01 USE 11049A. FICHE 11049-90055 


eee 14/08/85 
gs a 


FEBSS 01110-90803, 


-8L 01:08 01 


one . ; PAGE 25 
0 LITERATURE H/C H/C PART FICHE FICHE PART e p B Qs 
NUMBER c TYPE | DATE NUMBER DATE NUMBER) LL NUMBER C. 
: . *kk DESCRIPTION tee DESCRIPTION *ix DESCRIPTION ick “DESCRIPTION k* DESCRIPTION ee 
110498. OPER & SERV MAN» MAY84. 11049-90005 —- SEP84 11049-90055 8L 01 09 01 é 222A Nee 
41054 OPER NOTE MAY72 01105-90904 JUN75 01105-90804* 01 08 01 USE 1105A FICHE 5955-2715 122 
OPER NOTE FEB77 5955-2714 FEB85 5955-2715  8L 01 08 01 - 
SERV NOTE SET BELOW | = OcT78 1223A PRE 
1105A~1 SEP67 REPLACEMENT OF R71 OPE 
11050A OPER & SERV MAN JAN73. 11049-90001 JUL73 11049-90051* 01 09 01 USE 11050A FICHE 11049-90052 123A COPE 
OPER & SERV MAN OCT79 11049-90002 MAY80 11049-90052* 8L 01 09 01 USE 11050A FICHE 11049-90053. _ OPE 
OPER & SERV MAN SEP8O0 11049-90003 NOV80 11049-90053* 8L 01 09 01 USE 11050A FICHE 11049-90054 
OPER & SERV MAN NOV81 11049-90004 SEP82 11049-90054 8L 01 09.01 USE 110S0A FICHE 11049-90055 12304 OPE 
OPER & SERV MAN —- MAY84_ 11049-90005 SEP84 11049-90055 8L 01 09 01 : = ee MAN 
-91051A OPER & SERV MAN —s- JAN7’3._ 11049-90001 JUL73 11049-90051* 01 09 01 USE 11051A FICHE 11049-90052 _ V2553A SER 
. OPER & SERV MAN OCT79.: 11049-90002 MAY80 11049-90052* 8L 01 09 01 USE 11050A FICHE 11049-90053 | 125 
OPER & SERV MAN = SEP80 11049-90003 -- NOVBO 11049-90053* 81 01 09 01 USE 11051A FICHE 11049-90054 12 
OPER & SERV MAN NOV81 11049-90004 SEP82 11049-90054* 8L 01 09 01 USE 11051A FICHE 11049-90055 | | 
OPER & SERV. MAN —- MAY84 11049-90005 = SEP84. 11049-90055 8L 01 09 01 | RRRRAR Sr ER 
11056A OPER NOTE OCT70 11056-90002 SEP71 11056-90052* 1 09 01 USE 11056A FICHE 11056-90053 12 
OPER NOTE JUL76. 11056-90003 SEP83 11056-90053 8L 01 09 01 125504 “SER 
11057A “OPER NOTE OcT70 11056-90002 SEP71 11056-90052" 01-09 01 USE 11056A FICHE 11056-90053 123 
1106A OPER NOTE OcT6s 01104-90903 _-APRBS 01104-90803 81 01 08 01  aebéan = 
1106A/8 SERV NOTE SET BELOW ocT78 seas 125 
1106A/B-18/1108A-1A NOV77 HO ALL SER.REPAIR POLICY AB8GTAS oo BR 
‘| 11068 OPER NOTE MAY72 01105-90904 © JUN7S 01105-90804* 08 01 USE 11068 FICHE 5955-2715 eee ae 
ee: OPER NOTE © FEB77 5955-2714 FEB8S 5955-2715 8. 01 08 01. 12 
11066A OPER NOTE JUL65 11066-90000 NOV71 1106€ 90050 01 09 01 12661A ae 
‘1107A OPER NOTE JUL70 01107-90901 OcT70 01107-90801 01 08: 01 427224 sep 
110744 OPER NOTE JUL75 11074-90001 AUG75 11074-90051 8L 01 09 01 as 
11075A OPER NOTE JUN75 11075-90001 JUL75 11075-90051* 8L 01 09 01 USE 11075A FICHE 11075-90052 | 
- OPER NOTE APR82 11075-90002 OCTB3 11075-90052 8L 01 09 01 TefesA ocr 
11076A OPER NOTE JUN75 11075-90001 JUL75 11075-90051* 8L 01 09 01 USE 11076A FICHE 11075-90052 ae aa 
OPER NOTE APR82 11075-90002 OCT83 11075-90052 8L 01 09 01 127508 SER 
1108A OPER NOTE OCT68 01104-90903 APR8S 01104-90803 8L 01 08 01 ate 
OPER NOTE MAY72 01105-90904 JUN75 01105-90804* . 01 08 01 USE 1108A FICHE 5955-2715 127708 SER 
~~ OPER NOTE FEB77 5955-2714 FEB85 5955-2715 8 01 08 01 127 
SERV NOTE SET BELOW ave? 5 ocT78 vO 
1106A/B"18/1108A-1A NOV77 WO ALL SER.REPAIR POLICY 12797h cc 
11086A OPER NOTE Nov78. 11000-90001 MAR79 11000-90051 8L 01 09 01 ter 
11098 OPER NOTE APR72 01109-90901 SEP74 01109-90801* 01 08 01 USE 11098 FICHE 01109-90802 | 12B00A SER 
OPER NOTE NOV75. 01109-90902 FEB85 01109-90802 8L 01 08 01 128 


11/08/85 ee Soh aS 11/08/85 

MODEL — LITERATURE - H/C H/C PART FICHE FICHE PART M P " F MODEL 0 

NUMBER TYPE DATE NUMBE DATE NUMBER LT NUMBER ¢ 

=: wee DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION xkk DESCRIPTION *** DESCRIPTION aie 
110968 | OPER NOTE JANOO 11096-90005 AUG77 11096-90055+ BL at 09 01 USE 110968 FICHE E 11096-90056 - 129408 SERV 
ane OPER NOTE ‘MAR78 11096-90006 OCT78 11096-90056 8L 01 09 01 : tags 
11097A =——s—s« PER NOTE — OCT68 11097-90001 APRB2 11097-90051 BL 01 09 01 WSgk Sore 
] 11098A =| —sOPER NOTE OcTé8 11098-90001 __-APRB2 11098-90051 81 01 09 01 yp lee ea NAN 

AN10A. OPER NOTE NOV74 01110-90903 1308 (OPER 


11/08/85 
“MODEL 
NUMBER 


110968 


110974 
| 11098. 
41104 
11108 


W114A 


112A: 


11122A 
11129A 
VA133A 


11133A~CO2 


“| 11935A- 
ANNSOA 
111378 
11144 


111454 
“111468 


471518 
T1152 
1116A 


11178 


11/08/85 
MODEL. . 
NUMBER 


“411184 
“ante7e 
1190 
11198 
-4119¢ 


OPER NOTE 
OPER NOTE 


we, SEN Fw Fee 


LITERATURE 
TYPE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 
_ OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER & SERV MAN 
MAN CHANGE 
OPER & SERV MAN 


SERV NOTE eee BELOW 


VITTAA1A 


OPER & SERV MAN 
MAN CHANGE 


OPER NOTE | 


OPER NOTE 
OPER NOTE 


OPER ‘NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
SERV NOTE SET BELOW 
TVIT4A-1A 
OPER NOTE 


OPER & SERV. MAN 
MAN. CHANGE 


- SERV NOTE SET BELOW 


11146A~1 
OPER NOTE 
OPER NOTE 
OPER NOTE 


SERV NOTE SET BELOW 
11168-' 


OPER NOTE 


LITERATURE 
TYPE 


OPER NOTE 


‘OPER. NOTE 


OPER NOTE 


- DATE 


Ver VI? SIV 


H/C 


DATE . NUMBER 


JANOO 11096-90005 
MAR78 11096-90006 
ocT6s 11097-90001 
ocTés 11098-90001 
NOV74 01110-90903 


JUN81 07110-90904 
MAY82.01110-90905 


~ pEC6? 01111-90902 


01111-90902 
01111-99001 


JUL78 01112-90901 


_ MAY79 01112-90901 


AUG73. 11122-90004 
NOV75 11729-90000 
JUN78 11133-90000 
JUN78 11133-90000 
JUL77 11135-90001 
JUL77 11135-90001 
JUL77 11135-90001 
DEC76 01114-90904 


H/C PART 


JUL8O 
RECOMMENDED. DIODE REF. 


eee Vis sVOUG Oh VE VO Ul : Gu" 


JAN8S 01112-90801 


SEP85 11122-90051 | 


DEC75 11129-90050 
OCT78 11133-90050 
0CT78. 11133-90050 
SEP77 11135-90051 
SEP77 11135-90051 
SEP77 11135-90051 
pore 01714-90804 


cT80 
JUL80 WO ALL SER.REC SWIVEL CASTER REPL 


JUN?73.-11145-90001 


SEP73 11146-90001 
OCT76 11146-90001 


MAR73 
AUG75. 11151-90003 
FEB72 11152-90002 
JANOO 1116A-900 

MARE3 
MAR77 01117-90903 


H/C 


APR70 01118-90902 


MAR?4 11187-90000 


_ SAN72.01419-90910 
~JAN72 01119-90911 
-JAN72 01119-90912 


ALL SER.IMPR 


SEP85 11145-90051 
SEP85. 11146-90051 


APR79 

IN PROGRAM TAPES 
SEP75. 11151-90053 
SEP85 11152-90052 
APR81. 1116A-800 
JULB80 


MOD TO IMPROVE BUMPERS 


APR77 01117-90803 


~NOVES 01119-90812 


ACEMENT - 


“BL ot Os 


gg 11/08/85 
PAGE 26. MODEL 


FICHE FICHE PART M P D P 
DATE NUMBER LT V NUMBER 
wie DESCRIPTION *#* DESCRIPTION *## DESCRIPTION ht DESCRIPTION ** DESCRIPTION tik 2 
AUG77 11096-90055* 8L 01 09 4 USE 11096B FICHE 11096-90056 12940A SERV | 
OCT78 11096-90056 8L 01 09 0 12a0 
APR82 11097-90051 8L 01 09 soa OPER 
APR82 11098-90051 8L 01. 09 ais MAN c! 
_ FEB85 01110-90803 8L 01 08 01 . nae 1308 OPER 
“AUG81 01110-90804* 8L 01 08 01 USE 1110B FICHE 01110-90805 . 
JUL82 01710-90805. 8L 01 08 01 er ee er ee ~ 1308/8R SER 
AUG70 01111-90802 01 08 01 FOR SERIAL PFXES 441~ & ABOVE ba 130B- 
MAY71 01111-99801 01 08 01 FOR SERIAL PFXES 343- & BELOW 1308R Lie 


°130¢ 


ee 
: PASE 27 11/08/85 
H/C PART FICHE - FICHE PART M POD fr MODEL sé L 
NUMBER ——dDATE NUMB LTV NUMBER oC 
ake DESCRIPTION ake DESCRIPTION wkk DESCRIPTION aeR DESCRIPTION xkk DESCRIPTION tick : Bh 
4 300A-H82 H82-13 
AUG70 01148-90802 «01:08 01 1308A 
-WBoets 
Nov84 11187-90050 8L 01 09 01 os 
J ee) ere 302A SERV N 
Novas 01119-90810 8L 01 08 07 a 13020 
~~ NOVES 01719-90811 BL 01 08 01. 1302A- 
ee 1302A- 


-1302A- 


* r 


11/08/85 : me pat oo | PAGE 27. 11/08/85 
MODEL 0 LITERATURE = H/C_—=— OKC PART == FICHE =—FICHE PART M Pp P ~ MODEL Osi 
NUMBER sC TYPE DATE NUMBER DATE NUMBER) G | NUMBER = € 
) kee DESCRIPTION #&* DESCRIPTION Hit DESCRIPTION ek DESCRIPTION *#% DESCRIPTION tke 
es Ben coe | A300A-HB2.HB2=131 
41180 OPER NOTE =——SOAPR70 01118-90902 AUG70 01118-90802 01.08 01 : ee act 
11187¢ OPER NOTE MAR74 11187-90000 -- NOV84._ 11187-90050 8L 01 09 01 oe ane 
Ph . . ened HASTE eek ERD A SER 
11194 OPER NOTE JAN72, 01119-90910 NOV85 01119-90810 8L 01 08 01 <6 ee! 13024~ 
Hee a a mo An 
11198 OPER NOTE JAN72 01119-90911 NOV85 01119-90811 8L 01 08 01 os oe oye ee 1302-3 
1119¢ OPER NOTE JAN72 01119-90912 NOV85 01119-90812 8L 01 08 *% ns Se, 1302a~! 
1119D OPER NOTE - SAN72 01119-90913 JUN75 01119-90813 8L 01 08 01 ee ae ee et | 43044 OPER t 
sea tes a i | ee MAN: CHI 
128 OPER & SERV MAN. SEP77 04916-90000 NOV77 04916-90006 8L 01 38 01 7 fe: ne ss OPER Ni 
oo ate | | 7 : | : SERV NC 
941200 OPER NOTE FE883 01120-90903 MAR84 01120-90803 8L 01 08 01 . ae pe Ea Sk ee 
MAN CHANGE NOV83 01120-90903 Pe ah 1304-2 
41210 OPER NOTE - JUN7& 01121-90906 JUN75. 01121-90804* 8L 01 08 01 USE 1121A FICHE 01121-90805 as 4304 And 
OPER NOTE - JUN77 01421-90905 MAR8& 01121-90805 8L 01 08 01 Oe ba cope he the  q306A-! 
MAN CHANGE NOV83 01121-90905 oie. p35 Omane 
SERV NOTE SET BELOW : JUL80 . : righ fy 1 3040-7 
1121A~1 MAY72 WO ALL SER.REPLACEMENT PROBE ASSY ‘ sia ! : 
; ; 4304A-CO6.=—s«MOD. SHE 
1123A.——s—=~—SsSs«SPRR & SERV MAN DEC68 01123-90901 MAR79 01123-90801 8L 01 08 02. : see : eee . 
MAN CHANGE APR70. 01123-90901 . 7306A-C14 MOD SH 
| 112374 OPER NOTE DEC76 11237-90002 FEB77 11237-90052* 8L 01 09 01 USE 3320A FICHE 03320-90052 veh cae ee 
er PP 23 0qa- S 
11238A. OPER NOTE AUG75 11238-90001 SEP?5 11238-90051 8L 01 09 01 uP MOD SHE 
112388 OPER NOTE AUG75 11238-90010 SEF75 11238-90060 8L 01 09 01 1304A-HO2 MOD SHE 
| 19238¢ OPER NOTE Aue7?5 11238-90001 SEP75 11238-90051 8L 01 09 01 43080 SERV Ni 
11239A OPER NOTE OcT71 11239-90000 NOV73 11239-90050* 01 09 01 USE 112398 FICHE 11239-90060 gost 1308A~ 
7 A=? 
112398 OPER NOTE JUL75 11239-90010 SEP75 11239-90060" 8L 01 09 01 USE 112398 FICHE 11239-90062 | 1308A-! 
OPER NOTE SEP79 11239-90012 JANBO 11239-90062 8L 01 09 01 1508A-: 
A~ 
11239¢ OPER NOTE AUG75 11239-90011 SEP75 11239-90061* 8L 91 09 01 USE 3320A FICHE 03320-90052 | WB2=13¢ 
; F 
1124A OPER NOTE DEC71 01124-90903 MAR72 01124-90603* 01 08 01 USE 1124A FICHE 01124-90804 _—- -4308a-' 
- OPER NOTE JUN76 01124-90904 SEP83 01124-90804 8L 01 08 01 . 13004- 
} : . / A: 
112404 "OPER NOTE OcT73 11240-90000 NOV73 11240-90050* . 61 09 01 USE 3320A FICHE 03320-90052 ee eae | , 1308A~1 
A- 
1125A OPER NOTE JUN72 01125-90902 DEC72 01125-90802* 01 08 01 USE 1125A FICHE 01125-90804  4308A-1 
: OPER NOTE JUL76 01125-90904 JUN83 01125-90804 8L 01 08 01 ee 
| 13094 SERV NC 
11253A SERV NOTE SEi BELOW APR84 . fae 1300A-7 
ey 11253A~1 APR8O WN ALL SER.ALTER PROC FOR ADJ & PERF TESTING THE HI/LO LINE TRIP POINTS 13090 
. oi Ane 
112538 SERV NOTE SET BELOW APR84 . kee : 1309A~2 
. 11253B-1 NOVB3 WO ALL SER.ALTER PROC FOR ADJ & PERF TESTING THE HI/LO LINE TRIP POINTS : 1309A-! 
| | eA . ae ee | 
11/08/ 85 me as . eat ee : . PAGE 28 11/08/85 
0 LITERATURE H/C H/C PART FICHE ~—s FICHE PART MoPoODP : | ‘MODEL 0 Lr 
NBER ¢ TYPE ——Ss«éOATES NUMBER DATE MUMB LTV 6 _ NUMEER c 
kee DESCRIPTION tik DESCRIPTION tk DESCRIPTION ikke DESCRIPTION #x# DESCRIPTION tok hey 
me = ae 13094. “4309-5 
113AR “OPER & SERV MAN FEBG61 113A-900 DEC74 1134-901 01 02 02 . ee - 4309a-6 
. MAN CHANGE A MARO4. 113A-900 Bh  HB2=133( 
: MAN CHANGE 6 JAN63 1134-900 ake 2 | ee) 
aos — SAEs gic! - oe oie un ee 4308-9, 
113AR/8R -—-—sSERV_ NOTE SET BELOW MAY78. a ey sere ae —- -$300A=11 
113A-1 es DESCRIPTION OF CLOCK MECHANISH ‘TOOLS ee ee Lae a tee Ee 13094 
1138R ——*S*«SPEERR.& SERV MAN MAY? 1136-900 JANT2 1138-901 a 02.02 Scar ee Fe ee  4309K~1; 
ae MAN CHANGE JUN62 1138-900 mde! ee ee fees: 1309-1: 
113BR-HO2.-—s«COPER SERV MAN MAY 1138-900 JANT2. 1136-901. peek ee ee Wee) free 1) ee ‘OPER & : 
q : MAL fuabi 14> 44705 00Nn ark 7 t 


11/08/85 — : oe . . ome ae PAGE 28 ~ 19708785 
MCDEL : MODEL 


mt) LITERATURE “H/C H/C PART FICHE FICHE PART M PD P ~ Q LIT 
NiABER Cc TYPE DATE NUMBER DATE NUMBE LT VG ae ye 
; : wkk DESCRIPTION *x* DESCRIPTION kick DESCRIPTION wk DESCRIPTION kkk DESCRIPTION kkk 
: . . . 1309A  4309A-5 
113AR OPER & SERV MAN FEB61.113A-900 =—S—=—=S=DEC74.113A-901 ~—Ss——«éiY:sC2 012. 3  4309A-6 
" MAN CHANGE. A - MAROA 113A-900 : ake 82-1330 
ae MAN CHANGE 8 JAN63 113A~900 1308A-7 
- : 1308A-9/ 
113AR/B8R SERV NOTE SET SELOW : MAY78 1300A-10 
‘ 113A~1 : at DESCRIPTION OF CLOCK MECHANISM TOOLS sapoicae 
A= 
1138R OPER & SERV MAN MAY61. 1138-900 JAN72 1138-901 01. 02 02 1309A-12 
a : MAN CHANGE JUN62 1138-900 fe 1309A=13 
1138R-HO2 OPER & SERV MAN MAY61 1138-900 JAN72 1136-901 01 02 02 13100 ——(it«é‘ ERR US 
: — MAN CHANGE » QUN62 1138-900 OPER ‘ $ 
- : ane OPER &'S: 
11353A REF MAN APR81 03060-90215  JUL81 03060-90254 8L 01 09 01 OPER & S 
ae ented ‘ : MAN CHAN 
143564 OPER NOTE JUN78 11356-90000 ——«OCT78 11356-90050 BL 01 09 01 "MAN. SUPP 
; : SERV NOT 
1148 i SERV NOTE SET. BELOW MAY78 ; 1310A-1 
yee ve 1148~1 MARO? SER BELOW 150-00300.MODIFICATIONS ON SWEFP-RETRACE MULTIVIBRATOR © 43iBAre 
: : - 4 ‘ k 4 4 AM. 
114BR OPER.& SERV MAN: FEB62 1148-979 SEP82 1148-901 8L 01 02 02 1310A=4 
oe - MAN: CHANGE A MAY65. 1148-96 1310A-5 
; MAN CHANGE 8 MAR65: 1148-900 : seine 
1310A-7A 
14405 OPER MAN JANOO 11405-90001. JUL74- 11405-90051 —o1-09 01 1310k-88 
| 131009/1 
114408, «(OPER & SERV MAN JANOO 11440-90002 —-- JUL74-11440-90051* 01 09 91 USE 11440A FICHE 11440-90054 1310A~10 
OPER & SERV MAN ss FEB79. 11440-90004 © OCT83.11440-90054 8L 01 09 01 1304-11 
1310A-12 
14414 OPER NOTE JANOO 11441-90001 © JUL74. 11441-90051* 01 09 01 USE 11441A FICHE 11441-90054 1310A-13 
OPER MAN JUL81 11441-90004 -OCTB3 11441-90054 8L 01 09 01 13t7Ac4 
114524 «OPER. NOTE OCT74 11452-90001 —- JAN75 11452-90051* 01 09 01 USE 3330A FICHE 03330-90052 {iin 
a Palen 10A=1 
“414530. sOREF MAN APR81 03060-90215 - JUL81 03060-90254 8L 01 09 01 tires 
: 310-1 
~41453A/8/C — SERV_NOTE SET BELOW APRS3 1310-17 
11453A/B/C~1 FEB83 WN ALL SER.UPGRADING 11453A/B TEST FIXTURE TO 11453C MODEL pacts 
ae 1310A-1 
114538 REF MAN APR81 03060-90215 - JUL81 03060-90254 8L 01 09 01 13104-20 
; . | 1310-21 
14734 OPER NOTE JANOO 11473-90000 —- SEP85 11473-90049 8L 01 09 01 
; 1310A-¢27 OPER & S 
114738 OPER NOTE JANOO 11473-90000 ——«- SEP85 11473-90049 8L 01 09 01 OPER & S 
. MAN CHAN 
114744 OPER NOTE SAND 11473-90000 SEP85 11473-90049 8L 01 09 01 MAN. SUPP 
T1475A OPER NOTE _ JANOO 11473-90000 SEP8S 11473-90049 8L 01 09 01 13100003 «OPER & S 
: ae oe OPER & S' 
| 414760, _ OPER NOTE - JANOD 11473-90000 = SEP85 11473-90049 BL 01 09 01 OPER & § 
‘ MAN CHAN 
VA77A OPER NOTE —sOCT78 11477-90000 ——-MAR79 11477-90050 8L 01 09 01 MAN. SUPP 
INSTALL NOTE ———s«éDECB4& 03325-90020 ~—»-—-FEB35 03325-90220 BL 01 At 01 : . 
1310A-005 «OPER ES 


14/08/85 ee Pee: PAGE 29 -£194/08/85. 
MODEL 0 LITERATURE “H/C H/C ov FICHE Fre atl MP 7 a ie MODEL 0 LITE 
NUMBER C TYPE >. DATE. NUMB DATE LT NUMBER Cc T 
wee DESCRIPTION. akk DESCRIPTION kkk DESCRIPTION. whe DESCRIPTION kak” DESCRIPTION wih puree eae 
114784 OPER NOTE ». OCT78. 11478-90000 MAR79 11478-90050. 8L 01 09 01 ee : 1310a-005 open : se 
-/ 115aR me OPER f SERV MAN FEB62 1154-900 ~AUG79. 115A-901 8L 01 02 02 poze: oa a ae a MAN CHANG 
oe MAN CHANGE FEB63. 115A-900 ae mee Ta ; e MAN SUPP 
1 158R .. OPER. & SERV MAN AUG68 00115-9006 - SEP70 00115-9007 01.02 02 See aoe 1310A-006. ... OPER & SE 
SERV. NOTE SET BELOW MAY78 ee : ce OPER. & SE 
H20-1158R-1 "2 MOD. TO. IMPROVE OUTPUT TICK STABILITY + ALIGNMENT OF OUTPUT CIRCURTS = ae ee ‘MAN CHANG 
1158R=1 APREG - ALL SER.REC REPL TRANSISTOR FOR ah02, 4405 + Q406 eed be _ MAN. SUPP 
1158R-2 = WO ALL SER.ALIGNMENT OF CLOCK ATOR’, soit re : : eet ee on 
Bi age : fades ee : sae “fb -1310A=008 OPER & SE 
VISCR - OPER & SERV MAN. JAN66 00115-9004 OCT? 00715-9008 : oO 02 02 : fee ae oe os OPER & SE 
. MAN. CHANGE — DEC66 00115-9004 7 ae Se ee at -/ OPER & SE 


11/08/85. eee ee de eae ee ‘PAGE 29 41/08/85 
MODEL: .. O° LITERATURE H/C H/C PART FICHE FICHE PART .M PD P MODEL . 0 LITER 
NUMBER WC. TYPE / DATE NUMBER... . DATE NUMBER Lo T V6 ; NUMBER C TY 
: ‘ : : wk DESCRIPTION &kek DESCRIPTION wkk DESCRIPTION xkx DESCRIPTION *** DESCRIPTION x&x* 
41478A OPER NOTE ocT78 11478-90000 MAR79 11478-90050 8L 01 09 01 - 1310A-005 OPER & SER 
-415AR OPER & SERV MAN FEB62 1154-900 ~-AUG79 1154-901 8L 01 02 02 MAN CHANGE 
a MAN CHANGE = FEB63 1754-900 ; . ‘ MAN.-SUPP 8 
41158R OPER & SERV MAN AuG68 00115-9006 ser79 00115-9007. -.-01 02 02 1310A-006  .-—sGPER & SER 
; SERV NOTE SET BELOW ; AY78& : ‘OPER & SER 
.H20-1158R=1 ~~ ~- MOD: TO TPROVE OUTPUT TICK STABILITY + ALIGNMENT OF OUTPUT CIRCUITS — MAN CHANGE 
4 T58R-1 APR66. ALL SER.REC REPL TRANSISTOR FOR Q402,0405 + Q406 : ‘MAN SUPP 6B 
115BR=2 : - WO ALL SER.ALIGNMENT OF CLOCK MOTOR ; ; 
aaa : 1310A~008 OPER & SER 
115¢€R OPER & SERV MAN _—JAN66 00115-9004 0cT71 00115-9008 01 02 02 OPER & SER 
cm ee MAN CHANGE : DEC66. 00115-9004 OPER & SER 
aoe : : : : ae MAN. CHANGE 
150k OPER & SERV MAN HAY72 01150-90901 SEP72 01150-90801 01 08 06 MAN SUPP B 
ft SERV: NOTE: SET BELOW . ‘ APR79 ; : 
; : 28036-1 DEC73. -. RECOMMENDED SPARE PRTS ; 1310A-009. OPER & Hs 
"s : ‘ * R R 
115094. OPER & SERV MAN JUN74 11509-90005 SEP85 11509-90006 8L 01 04 01 MAN CHANGE 
' | ie Se 8 
| 445970 -. OPER NOTE. -- MAY71.11517-90006 OCT85 11517-90007. 8L 01 53 01 oe cage Woes 
; 4310-057 OPER & SER 
11518A.. «OPER NOTE MAY71. 11517-90006 OcTe@s 11517-90007 8L 01 53 01 i. ane 
ke ek, ; 1310A-604 OPER & SER 
115194 OPER NOTE. -MAY71. 11517-90006 OCT85 11517-90007 8L 01 53 01 OPER € SER 
; ; : ; R Ss 
11520A OPER NOTE MAY71_ 11517-90006 OcTa8S5 11517-90007 8L 01 53 01 MAN CHANGE 
11527A.———*s«OO PEER. NOTE APR69 11521-90003 = JAN71. 11521-90004 8L 01 53 01 igi 
nce 1310A-607 OPER & SER 
11530A OPER NOTE DEC67 11530-90000 JAN71 11530-90050 01 09 01 OPER t SER 
. R 
V1I531A OPER & SERV MAN JUL69 11531-90001 JANS2 11531-90002. 8L 01 45 01 MAN CHANGE 
= MAN. CHANGE DEC74 11531-90001 . _. MAN SUPP B 
SERV NOTE SET BELOW MAY78 : 
11531A-1 MART4 WO SER BELOW 1140A.REC REPL FOR 81¢3 1310A~639 OPER 8 & Ser 
‘115494 OPER MAN " NOV83 11589-90002 APR85 11549-90003 8L 01 45 01 | Ore E SER 
11553A OPER & SERV MAN MAY73 11553-90004 SEP85 11553-90054 8L 01 11 01 i MAN SUPP B 
11574A OPER MAN MAY81 11574~90001 APR85 11574-90002 81 01 45 01 1310A-905 OPER & SER 
: : ; AN C 
11575A INSTALL MAN JAN85. 11575-90001 APRS 11575-90002 8L 01 45 01 MAN SUPP B 
11581A OPER & SERV MAN MAY77 08491-90056 JUN77 08491-90057* 81 01 04 01 USE 11581A FICHE 08491-90060 413108 OPER & SER 
OPER & SERV MAN JUL79 08491-90059 AUG79 08491-90360* 8L 01 04 01 USE 11581A FICHE 08491-90062 oon OPER & SER 
OPER & SERV MAN JUL8O 08491-90061 FEB81 08481-90062* BL 01 04 01 USE 11581A FICHE 08491-90066 MAN CHANGE 
CPER & SERV MAN JUL81 08491-90065 AUG81 08491-90066 8 01 04 01 SERV NOTE 
a 
11582A & SERV MAN MAY77 08491~90056 JUN77 08491-90057* 8& 01 04 01 USE 11582A FICHE 08491-99060 13138-2 
& SERV HAN JUL79. 08491-90059 AUG79 08491-90060* 8L 01 04 01 USE 11582A FICHE 08491-90062 : e 
& SERY MAN JUL8O 08491-90061 FEB81 08491-90062" 8L 01 04 01 USE 11582A FICHE 08491-90066 : 1310B-003 = MOD. SHEET 
& SERV MAN JUL81 08491-90065 AUG81 08491-90066 8L 01 04 oe Sse 
2 eee: 4 OPER 


11/08/85 . PAGE 30..0=— | tid eee 
> MODEL 0 LITERATURE © H/C | H/C. PART FICHE ais pant M PCD OP 4. > MODEL 0 LITERS 
NUMBER. C TYPE DATE _ NUMBER DATE LT Ve & : _ NUMBER ‘¢ ; TYP 
: : : a Wk DESCRIPTION #ee DESCRIPTION KK DESCRIPTION wkk DESCRIPTION kk DESCRIPTION fee : : 7 
11583A —s«*OPER & SERV MAN MAY77 08491-90056 _JUN77_ 08491-90057* BL 01 04 01 USE 11583A FICHE 08491-90060 | 93198 OPER & SER‘ 
OPER & SERV MAN —-JUL79. 08491-90059 AUG79 08491-90060 8L 01 04 01 USE 11583A FICHE 68491-90062 a OPER & SER\ 
OPER & SERV MAN  — JUL8O 08491-90061. —-—- FEB81: 08491-90062* 8L 01 04 01 USE 11583A FICHE 08491-90066. | . ~ OPER & SER\ 
OPER & SERV MAN —-JUL81.-08491-90065  -AUGB1. 08491-90966 8L 01 04 01 7 me ba MAN CHANGE 
. i : : ao Ly pee Me : ‘ ee : e's cee . : MAN SUPP 6 
11588A— SCPE NOTE MAY70 11588-90006  OvT@S 11588-90008 8L010401 a co seny NOTE 
es tee . ART 
115894 = s«*OPER NOTE =—————_—sJUL70 11589-90005 oc T85 19589-90006 [BL OAS O16 Foe eae ee. ? 441-2 
ake :oy = SERV. NOTE SET BELOW SAY78 wat Selah ee soe RAeT tS ; ibe § ; os V3BV1AS3 
11589A-1. Q FEB70 WA NAMEPLATE. CORRECTION a ; eae Sota 'n eg cons Nish : ; ne ; : a ; 
11590 OPER NOTE. sss JUL. 11589-90005 —ocTBS 11589-90006 8L O1 as. OF : Renee een ae - BEECH 
ae oat See 2 eR ee rns lone oe A-83/1 
11591A = s*OPER NOTE =——SJANOO 11597-90001 MAR71.-11591-9C202* 01 04 of USE 115914 FICHE. ‘19591-9000 ie le : 91310A-9/131 


OPER NOTE = JUNSS 1159° 90003 NOVBS. 11591-90008 81 01 04 pe ee ee ee ee ee -4340a~10/13 


41/08/85. 
MODEL 
NUMBER 


11583A 


11588A 
11589A 


11590 
115914 


11592A 


115922 


415930 


116 
116AR 


416008 
116028 


_ | a1604a 
| 116058 


| 11607A 
11608A 
11612A 
11635A 


“11652A 


LITERATURE 
TYPE 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
OPER NOTE 
OPER NOTE 


SERV NOTE SET BELOW 


11589A-1 
OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER: NOTE 


~ SERV NOTE. SET BELOW 
11592A-1 
11592A-2 


APER NOTE 


“OPER: NOTE 
OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE» 


OPER & SEY MAN 
MAN CHANGE 


OPER & SERV MAN 
MAM CHANGE 


OPER NOTE 


OPER NOTE 
MATa CHANGE 


OPER NOTE 


MAN: CHANGE 


OPER NOTE 
OPER NOTE 


~ MAN CHANGE 
OPER & SERV MAN 


OPER NOTE 
MAN CHANGE 


OPER NOTE 


‘DATE 


MAY?77 


JUL79 
JUL8O 
JULB1 
MAY70 
JUL70 
FEB70 
JUL7O 


JANOO 
JUNSS 


AUG74 


MAR7O 
MAR72 


JANOO 


~APRT7 
SEP77 
DEC61 


MAR62 


JANZO 


NOV78 


JAN70 
NOV7A 


NOWS9 


AUG7'0 
NOVS' 


AUG?2, 
JAN74 
JUN73 
SEP81 
JANS2 
DEC83 


APR85 
MAY85 


JUN8O 


H/C on 


~ NUMBE 


08491-90059 
08491-90061 
7. 08491-90065 
11588-90006 


11589-90005 


ies 


JUN77 


AUG81 
OvT85 


~OCTBS. 
AY78 


Aare FICHE nag oy e DB e 
kkk DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION kik DESCRIPTION kkk 
08491-90056 ; 


08491-90057« 


08491-90966 
11588-90008 
11589=90006 


ESA 
WA NAMEPLATE CORRECTION 


1158990005. 


41597-90001 
1159’ -90003 


11592-90003 


“0CT85 


MAR74 
NOV85 


SEP85 
MAY78& 


11589-90006 


11591-90202« 


11591-90004 
11592-90004 


WN: SERVICE KIT MODIFICATION 


11592-90005 
71593-90002 
04916-90000 


116-900 
176A-900 


41600-90006 
11600-90206 


11600-90006 


‘11600-90006 


11604-98507 


11605-90007 
11605-90007 


11607-90004 


11607-90004 


11608-90013 
11608-90029 
11608-90029 
11612-90001 


11635-90006 
11635-90006 


11652-90002 


APRBA 
APR84 
NOV77 
FEB75 


MAY85 
MAY85 


ocTas 
MAY85 


&:.P85 


SEP73 
MARSS 


MARES 
JUL85 


ocTs5 


‘Kel SERV KIT INTERCONNECTOK CABLES 
11592-90006 


11593-90005 
04916-90006 
00116-901 


41600-90012 
11600-99012 


11604-90009 


11605-90008 


11607-90005 


11608-90014* 
11608-90030 


11612-90002 
11635-90007 


11652-90005 


8L 01 


8L 01 
8L 01 
BL 01 
~8L.01 


8L 01 


8L 01 


01 
8L.01 


BL 01 


O04 01 USE 11583A FICHE 08491-90062 


PAGE 30 H/06 785 


NUMBER 


04 01 USE 11583A FICHE 08491-90060 1311A 


04 01. USE 11583A FICHE 08491-90066 
04 (01 


04 Gt 
45 01 


04 Ot USE 11591A FICHE 11591-90004 


“1341 A-027 


45 ae 11608A FICHE 11608-90030 


1311A~006 


1311A-003 | 


1311A-005° 


1311A-008 


) 
Cc 


LITERAT 
oi TYPE 


OPER. & SERY 


OPER & SERV 


OPER & SERV. 


MAN CHANGE 


4310A-7A/131 
1310A-82/131 
1310A-97/1311 
1310A-10/131 
1310A~11/131 


1310A-14/131 
131 7A~2/132 


 4310A-15/131 


1317A-3/132 


VST 1A-16 


493A A-21 


OPER & SERV. 
OPER & SERV 
MAN CHANGE 


MAN SUPP @ 


pre e Serv 
OPER & SERV: 


OPER & SERV 


MAN CHANGE 
MAN SUPP 8. 


OPER & SERV 
OPER & SERV 
OPER & SERV 
MAN CHANGE — 
MAN. SUPP B 


OPER & SERV 
OPER & SERV 
MAN CHANGE 


MAN. SUPP 6 
“OPER & SERV 


OPER: & SERY 


+ 


PAGE 16 


SCRIPTION sek 


B17 


803 


802 


PAGE 17 


11/08/85 
MODEL 
NUMBER 


416524-008 


116544 


4165SA 


11661 


116614 


116618 


116644 


116648 


11664 


“A1865A 
116658 


“11666A 


41/08/85 
“MODEL 


ft 8 

: Egge 

DEE. | ee | 
i | 
| ee ee ee | 

it tl 
LITERATURE 

TYPE 
OPER NOTE 
OPER NOTE 
. OPER NOTE 


SERV TRAINING MAN 


SERV. MAN 
OPER & SERV. MAN 


SERV NOTE SET BELOW 


11661A~1 


41661A~5A 


11667A-6 
11661A-7 
11661A=8.. 
11661A~-96 


~ 41661A-10 


11661A-11 
11661A-12 


SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


_ OPER & SERV MAK 


MAN CHANGE 


SERV NOTE SET BELOW 


116618-1 


-11661B-2 


1166183 
11667B=4 
11661B=5A 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


. MAN CHANGE 


OPER & SERV MAN 


o- 


MAN. CHANGE 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


LITERATURE 


H/C 
DATE 


DEC83 


SEP7Q: 


JAN72 
SULT? 


DEC77 
MAR7S 


MAY7S 
SEP75 
DEC?7 
NOV76 
JAN78 


AUGE1 
DEC&4 


JAN75 
JUN75 
SEP75 
SEP75 
OcT75 


JUN73 
JAN82 
NOV83 
JULES 


DEC78 
JULB4 


MARS1 
FEBB4 


MAR73 


 JUL?3 


MAR82 
JAN83 


OcT75 
FEBS84 


H/C 


H/C PART 
NUMBER 


a8 2 
oe 
i ME 
Heo 
i 
: a 
FICHE es PART M P DP 


DATE. 


_ PAGE 31 


BER LT VG 
wee DESCRIPTION *** DESCRIPTION ot DESCRIPTION *** DESCR SIPTION wet DESCRIPTION tick 


41652-90006 
11654-90002 
11655-90002 
08660-90072 


08660-90070 
11661-90015 


OcT85 11652-90007 
OCT85 11654-90004 
OCT85. 11655-90005 
AUG77 08660-90073 8L 01 04 01 


JAN78 08660-90071  8L. 01 04 02 
ayes 11661-90016 01 04 03 


8L 01 45 01 
Bt. 01 45 01 
8L 01 45.01 


MA ck 
WO SER BELOW 1216A00250.MCD TO INCR SEARCH THRESHOLD ADJ RANGE 
WA SER BELOW 1248A.MOD TO WINCHESTER CONN TO. RED SUSCEPTBLY TO PIN DAMAGE 
WA ALL. SER.INSTAL CHECKS &. ADJ 


} WO SER BELOW 1412a.YIG PRETUNE DRIVER. PROTECTION 


WO SER BELOW 14314. IMPR SUM LOOP LOCKING 
WO: SER BELOW 1430A.YIG PRETUNE IMPRVMENT 
WO.SER BELOW 1433A.IMPR COOLING 
WO ALL SER. INTERMITTENT FAILURES IN YIG iOP. 
WO SER BELOW 1426A.MOD TO IMPR LOCK STAB 
WO ALL SER.2 MHZ SPURIOUS SIG SUPRES 
NOT AVAILABLE. 
WO ALL SER.PREV OF FALSE LOCK OF YIG PHASE LOCK. LOOP 


08660-90070 
11661-90021 
11661-90023 
11661-90025 
11661-90025 


JAN78 08660-90071 8L 04.10 02 
JAN78 11661-90022* 8L 01 10 03 USE 116618 FICHE 11661-90024 
JUL78 11661-90024" 8L 01 10 02 USE 116618 FICHE 41661-90026 
OCT85 11661-90026 8L 01 10 02 


JUL8O 
WO ALL SER.INSTAL CHECKS & ADJUSTMENTS 
WO SER BELOW 1439A.2 MHZ SPUR SIG SUPRES 
WO SER. BELOW 1533A.MOD TO INCR YIG LOOP PRETUNE ADJ RANGE 
WO SER BELOW 1538A00450.IMPR 4.43 OSCIL STABILITY 
WO SER BELOW 1543A00520.PREV OF FALSE LOCK OF YIG PHASE. Lock LOOP 


11664-90005 
11664-90037 
11664-90044 
11664-90044 


11664-90025 
11664-90025 


19664-90033 
11664-90033 


11665-90009. 


11665-90011 
11665-90022 
11665-90022 


41666-90002 
11666-90002. 


H/C PART: © 


JUN7S. 11664-90006 01 45 01 USE 11644A FICHE 11664-90038 
OCT83 11664-90038* 8L 01.45 01 USE 11664A FICHE 11664-90045 
MAR85 11664-90045 8L 01 45 02 - : 


MAR85 11664-90030 8L 01.45 01 


APR8S 11664-90034 8L 01 45 01 
: : 


SEP85 11665-90010 8L 01 45 01 | - 
JUN74 11665-90012* 01 45 02 USE 116658 FICHE 11665-90023 


 MAR85 11665-90023 8L 01 45 01 


‘MARES 11666-90003 8L 01 45 02 


FICHE . FICHE PART MP oD OP 


» PAGE 32 


ee et ee eee ee eee ee 


1408/8 
MODEL 
4311-0 
-4311a-0 
4311-0 
4311A-6 
| W311 AM6 


1311 A~6 


1311a-9 


43118 | 


13118-0 
13170 


: son 
f MODE! 


03 


02. 


PAGE: 17 


RIPTION te 


04. 


D4 


02 


PAGE 18 


ire 
~ 41664C 
116658 


“716658 


“| 116668 


11/08/85 
MODEL 
NUMBER 


416670 


116688 


V1672A 


11673a 


» 116834. 


| 116874 


11690A 


116910 
446920 


{16958 


416944 
116974 
116978 
11697¢ 
11698A 
TIGOIA 
11699A-006 
Ww 


14178 


| 41707, 


117108 


11/08/85 
MODEL 
NUMBER 


WER S&S VERE MA 


MAN... CHANGE 
OPER & SERV MAN 


MAN CHANGE 
OPER & SERV MAN. 
OPER & SERV MAN 


OPER & SERV MAN 
N. CHANGE 


OPER & SERV MAN 
MAN CHANGE — 


LITERATURE 
TYPE 


“OPER & SERV MAN” 
MAN CHANGE 


OPER & SERV MAN 


OPER NOTE . 
OPER & SERV MAN 


OPER NOTE 


OPER. & SERV. MAN 
OPER. & SERV MAN 


MAN. CHANGE 

OPER & SERV MAN 
OPER & SERV HAN 
OPER & SERV. MAN 
OPER & SERV MAN 
OPER & SERV MAN . 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


& 
OPER & SERV MAN 
& 


OPER & SERV MAN 


OPER & SERV MAN 


OPER NOTE. 
MAN. CHANGE 


OPER NOTE 
OPER NOTE 


OPER & SERV MAN 
HAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


SERV aie SET BELOW 
B - 


Y17 A= 
117ae5 


OPER & SERV MAN 
MAN CHANGE iz 


OPER & SERV MAN. 


LITERATURE 
co TYPE 


VEE 


JUL8S 


MAR81 
FEB84 


MAR73. 


~ JUL73 


MAR82 
JAN83 


QcT75 


-FEB84 


H/C 
DATE 


SEP74 
SEP84 


JAN82 


MARTS 
OCcT?7 


MAR74 
OCcT7? 


AUG74 
NOV73 
JUN74 
JUN74 
JUN74 


JUL74 
MARTS 


JUN7S 


SEP75 
JANTA 


_MAR7S 


NOV68 
DEC74 


JUN75 
SEP75 


OCT76 


RIC 
DATE 


1 LOO FT eUES. 


11664-90025 
17664-90033 


11664-90033 


11665-90009 


11665-90011 
11665-90022 
11665-90022 


11666-90002 
11666-90002 


H/C PART 


11667-90003 
11667-90003 


11668-90002 
11672-90002 


11672-90004 
¥1673-90001 
11683-90001 
11683-90005 
11683-90005 
11687-90002 
11690-90002 


11691-90006 
11691-90008 


11691-90006 
11691-90008 


11693-90004 
11694-90003 
11697-90001 
11697-90001 
11697-90001 


11698-90001 
11698-90001 


11699-90001 


11699-90003 | 


04917-90000 
04917-90000 


00117-9029. 
0117-9029 


RARGD TLOOS se UUoU 


cul 


APRBS 11664-90034 8L 01 
‘ re: y 

SEP85 11665-90010 BL 01 

-JUN74 11665-90012" 


01 


MARES 11665-90023 8L 07. 4! 


FICHE. 


APRBS 


- APRBS: 


SEP77 
APR78& 


APR72 


- JUN75 


FEB85 


‘SEPBS 
FEB83 


APR?74& 
DEC?7 


APR74 
DEC77 


SEP&5 
SEP85 
SEP85 
SEP85 
SEP85 
APR78 


MAY81 


SEP75 


JUN7S 


DEC84 


FICHE PART M Po OD OP. ee 
NUMBER —sdDATE=—sSONUMBER) SodL ST OVCOG = ee 
wee DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *&* DESCRIPTION *#* DESCRIPTION wee 


11667-90004 


11668-90003 


11672-90003* 
11672-90005 


11673-90002 


11683-90002" 


11683-90006 


11687-90003 
11690-90003 


11691=-90007* 
14691-90009 


11691-90007" 
11691-90009 


11693-90005 
11694-90004 
11697-90002 
11697-90002 
11697-90002 
11698-90002 


11699-90002 
11699-90004 
04917-90004 


00117-9031 


: _ MAY78 
_ NBS=A. TO UT2 TRANSLATOR 
WN MOD TO ELIMINATE ERRATIC LINEAR 


11707-90006 
11707-9000 06 


11710-90002 


H/C PART 
‘NUMBER 


SEP?7 


APR78 


“FICHE 


DATE 


41707-90007 


11710-90003 


~ RICHE. PART. 
~__ NUMBER 


MARS 11666-90003 8L 01 


8L..01 


8t. 01 


8l 01 
et 01 


st 01 
01 
8. 01 
St 01 
8L 01 


01 
8t 01 


01 
8L 01 


8.01 
8.01 
8L 01 
8L 01 
gL 01 


8L 01:4 


8L 01 
BL 01 
01 


8L 01 


PHASE 


BL 01 


~8L.01 


i 


85 UT 


45-01 


45 01 . 
45.02 USE 116658 FICHE 11665-90023 


45 02 


45 


45 
10 


01 


10 01 


53 


DETECTOR OPERATION. SUPERS NTA Bho 


10 


10 


01 


01 


USE 11672A FICHE 11672-90005 


USE 11683A FICHE 11683-90006 


USE 11691D FICHE 11691-90009 


USE 11692D FICHE 11691-90009 


-13118-00: 
VSI7A 


1108/8 
NOMBE! 


1317A. 


1317A-01 
1317A-0 
131 7A-0 


1317A-05 


| 4397-08 


1317A-0! 


{ 1317A-05 


TBITAMO 
1317A-0! 
13170-0! 

131 7A-6 
1317-6 
1317A-62 


1317A-9 


13178 


11/08/85 
MODEL. 
NUMRER 


J2 


PAGE 18 


RIPTION #ie 


a 


PAGE 19. 


IPTION tee 


117A 


| 11707a 


V1710A 


11/08/85 
MODEL 
NUMBER 

117104 

117108 


W711 | 


117724 


-VIT135A 


147444 


T1715 


TI716A 
117168 


4VI717A 


117208 


T1727 
11726A 


V1T29A 


117298 


| 197908 


117906-630 


117908-656 


| 117906-655 


99/08/85 
“MODEL 


NUMBER 


et en ey, ee a 


HAN, CHANGE 


OPER &. SERV MAN 
MAN. CHANGE 
SERV NOTE SET BELOW 


VI7A~28 
V17A~5. 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


LITERATURE 
TYPE 


MAN. CHANGE 
OPER & SERV MAN 


MAN CHANGE 
OPER & SERV HAN 


OPER MAN 
OPER MAN | 
MAN CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 


V1713A~1 


OPER NOTE 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER & SERV MAN 
OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 


OPER NOTE 
MAN CHANGE 


SERV NOTE SET BELOW 


11729A/8-1 | 


OPER & SERV MAN 


RAN CHANGE 


SERV NOTE SET BELOW 


11729A/B-1 
117298-3 


SOFTWARE REF MAN 
MAN CHANGE oS 


SOFTWARE REF MAN 
SOFTWARE REF MAN 


SOFTWARE. REF MAN 


“LITERATURE 
fos TYPE 


eriss F 


MAR75 


NOV68 
DEC74 


- 


JUN75: 
SEP7S 


OCT76 


H/C 

DATE 
JAN78 
AUG77 
MAR8S 
MAR8O 
FER77 
SEPB2 
MAR8A 
MAY8O 
ocTa2 
JUL8S 
GAN8O 


FEB79 
FEB79 


SEP7° 
MAY! 


JAN79 
JAN79 
SEP79 
JUL77 
DEC8O 
NOVB4 
APR80 
MAR33 
JANBS 
FEBBS: 


NOV84. 
WAR85 
FEBS 
FEa&5 


FEBO3 
SEP83 


~ FEB83. 


FEB83 
FEBS3 


RE aL Fe 


04917-90000 - 


00117-9029 
80117-9029 


SUES VIF St FUSS 


DECB4 00117-9031 


MA AY7S” 
NBS-A TO. UT2 TRANSLATOR 
WN MOD TO ELIMINATE ERRATIC. LINEAR PHASE. DETECTOR OPERATION. SUPERS a 


SEP77 11707-90007. 8L 01.10 01 


11797-80006 
19707-90006 


41710-90002. 


H/C PART 
NUMBER 


FICHE 
T 


wt 


8 01 


wo Ut 


02 02 


FICHE PART MPD P 
NUMBER 


APR78 11710-90003 8L 01 10 01 


PAGE 33 — 


DATE L TV 6 

wie DESCRIPTION *#* DESCRIPTION *** DESCRIPTION ### DESCRIPTION tick DESCRIPTION ' teint 
APR78. 11710-90003. 8L. 01.10 01 
10.01. 


11710-90002 


11710-90005 
11710-90005 


11711-90004 


11712-90001 
11712-90004 
11712-90004 


11713-90007 
11713-90009 
11713-90011 


SEP84. 11710-90006 


WAY8O. 17711-90005 


8t 01 


8L 01 


‘MAY82 11712-90002* 8L 01 


~ AUG8S. 11712-90005 


JUL80 11713-90008" 
APR85 11713-90010* 
NovBS 11713-90012 


8L 01 


8L 01 
8L.01 


8L 01 ( 


2 MUL 
WO SER 1850A & BELOW. IMPROVED HP~IB. OPER 


11714-90001 
11714-90001 


*"745-90004 
11715-90004 


11716-90004 
41716-90004 
11717-90001 
41720-90002 
11720-90007 
11720-90007 
11721-90002 


11726-90001 
11726-90001 


JUN79 11714: 70002 


SEP8S 11715-90005 


FEB79 11716-90005 
FEB79 11716-90005 
MAY80 11717-90002 
Feees 11720-90008. 
MAY80 11721-90003 
JUNBS: 11726-90002 


JUL85 
WO.-ALL SER.REC IF AMPLF ASSY REPL 


11729-90015 
11729-90015 


WA SER 2345A & 


08953-90013 
08953-90013 


08953-90013 
08953-90013 


08953-90013: 


~H/C-PART 


JUNB5 11729-90016 
JULB5 


“WO ALL SER.REC IF AMPLF ASSY REPL 
BELOW.MOD TO INPR A7G5S/C8 


DEC83. 08953-90015 


MAYS 03953-90015. 
~-MAY83. 08953-90015 
MAY83 08953-90015. 


FICHE 


8L 01 


8. 01 


8.01 
BL 01 
SL 01 
8L 01 
8t 01 
8L 01 
8L 01 


8L. 01 


8L 01 


8L 01 
BL 01 


BI. 01 1 


04 01 
04 G1 
4 


04 02 


04 01 
1 


- FICHE PART H- Pp . - 
‘NUMBER NUMBER. LT 
tek DESCRIPTION is DESCRIPTION the DESCRIPTION ahh DESCRIPTION kik DESCRIPTION ik 


USE 11712A FICHE 11712-90005 


USE 11713A FICHE 11713-90010 
USE 11713A FICHE 11713-90012 


USE 11720A FICHE 11720-90008 


PAGE 34 


4D LANG: 


1317-90! 


13178 


11/08/85 
MODEL 
NUMBER 


V3eA 


321A 


| 1321a-057 


13218 | 


1330 


13304 


- 43310 | 


1S31AMiM12 


11/08/85. 
© MODEL 
NUMBER 


ni 


PAGE 19. 


PTION sie 


PAGE 20 


PTION tek 


117908 


117908-630 
117908-650 
117908-655 


49/08/85 
MODEL 


NUMBER 


| 117920 
| 118° 


| 118508 
- 11850A-H26 


- 18508, 


11851A 


118540 
11859A 
118598 
11860A 


118614 


118630 
11863E: 
118644 
11867A 
11869A 
11870A 
4187348 


119750 


120A. 


1204/8 


11/08/85 
MODEL 
NUMBER — 


1204/8 


TI(GFA/Gw 4S 
117298-3 


SOFTWARE REF MAN 
MAN CHANGE 


SOFTHARE REF MAN 
SOFTWARE REF MAN 


SOFTWARE REF MAN 


LITERATURE 
TYPE 


_ OPER & SERV MAN 
“OPER & SERV MAN 


MAN: CHANGE 
OPER & SERV MAN 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
FIELD INSTALL MAN 
INSTRUCT MAN 

OPER & PROG MAN 
OPER & PROG MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER NOTE 


OPER & SERV MAN 
OPER & SERV MAN 


MAN. CHANGE 
‘OPER NOTE. 
OPER & PROG MAN 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE A 


2 WO ALL SERSREC LF AMPLE ASSY REPL - 
FEB85 WA SER 23454 & BELOW.MOD TO INPR A7G5/C8 REL 


FEBS3 08953-90013 
SEP83. 08953-90013 


FEB83 08953-90013 


FEBB3 08953-90013 
FEB83 08953-90013 


H/C. H/C. PART. 


DATE NUMBER 


DEC83 08953-90015 SL 01 10 04 


FICHE 


FICHE PART E DP 


_MAYB3 03953-90015 8L 01 10 04 
“MAY83 08953-90015 8L 01 10 04 
MAY83 08953-90015 81, 01 10 04 


PAGE 34 


DATE NUMBER LL Vg 
wee DESCRIPTION ## DESCRIPTION +h# DESCRIPTION ik DESCRIPTION kk DESCRIPTION et 


MAR8S 11792-90008 


JUL70 04918-90006 
JUN77 04918-90006 


MAR85: 11850-90002 


JAN8O 11850-90014 
OCT84 11850-90014 


MAY85 11850-90009 


APR76 11851-90001 
NOV78 11851-90005 


JUL76 11854-90001 
NOV80. 11859-90001 
DEC82 11859-90006 
JAN77 11860-90001 
DEC76. 11861-90001 
JAN81 11863-90011 
JUN82 11863-90022 
ANSE. 11863-90026 


SEP78 11864-90002 
MAY85 11864-90002 


DEC79 11867-90001 
Au680 11869-90001 


MAR83. 11869-90006 
OCT84 11869-90006 


—- pee79 11870-90001 


JUL82 11873-90006 


~ SUN83. 11975-90001 


Janes 1204-900 
120A-900 


EP67 
MAN CHANGE BACKDATE SUNG2 120A-900 


SERV NOTE SET BELOW 
120A-1. 
120-2 


V2QA-3A 


_ LITERATURE 
TYPE 


 420A—4: 


~ MAY8S 


NOV77 


JUL85 
MARSS 


JUL85 


: FEB7?7 


OcT83 
NOV78 
JUN81 
FEBS3 
AUGES 
MAYB2 
MARS1 
MARES 
JUL8S 


APRB4 


NOVSD 
MAR85 


APR84 


SEP82 
“APR8A 


FEB78 


11792-90009 
04918-90010 


11850-90003 
11850-90015 


11850-90010 


“11851-90002* 


11851-90006 
11854-90062 
11859-90003 
11859-90009 
11860-90002 
11861-90002 
11863-9012 
11865-90027, 
11864-90003 


11867-90002 
Hs sue 
11870-90002 
11873-90007 
11975-90002 
120-800 


MAY78 
= SER 350 + DOWN. TRIG GEN MOD 
= SER 950 + DOWN.LV RECT TUBE REPLACMNT 
= HV PHR SUPPLY ASY REPLACMNT | 


H/C —s*HC.- PART: . : 
NUMBER: NUMBER LTV 
tek DESCRIPTION hk DESCRIPTION. tee DESCRIPTION eek DESCRIPTION ihe DESCRIPTION ik 


FICHE 
DATE. 


fe TEST PROCEDURES © 


8L 01 
8L 01 


8L 01 
8 01 


BL 01 


Bt 01 


8L OT 
8. 01 
8L 01 
SL 01 
8.01 
8L 01 
8L 01 
ef 
8L 01 


BL 01 
8L 01 
8L 01 
8t 01 
8L 01 


10 01. 


38 01 


45 01 
45°01 


45 01 
45 01 
01 


45 01 
45 04 
a5 02 
45 01 
45 01 
45 01 
8 


45 02 


FICKE PART Me a dD Be 


USE 11851A FICHE 11851-90006 


USE 11863E FICHE 11863-90027 


USE 11869A FICHE 11869-90007 


PAGE 35 yy 


- 433A 


| a331a-ate 


19/08/85 
P MODEL. 
‘NUMBER 


4331 A/C/E 


1331C 


1331¢-016 
| 332A 


| 41/08/85 
MODEL, 


NUMBER 


43354 


PAGE 20 


TION ork 


PAGE 24.— 


TON irk 


| 12028 ————Ss«*OPER. & SERV MAN 
. 2 MAA! FLIALICE . 


eS ae ae eS ee: eee ee Vr TEI EC FE 


JAN61 1204-900 


AERO ELITE se FOUN Ch MI a Ue 


120A OPER & hails Psa FEB78 120A=800 8L 01 08 02 
: MAN CHANG SEP67 120A-900 ie 
MAN CHANGE BACKDATE JUNE2 120A-900 
1204/8 SERV NOTE SET BELOW. MAY78 
120A~1 ~ SER 350 + DOWN. TRIG GEN M 
~ T20A~2A : =.» SER 950 + DOWN.LV RECT TUBE REPLACMNT 
V20A-3A- > HV PWR SUPPLY ASY REPLACMNT © 


PAGE 35 


11/08/85 
MODEL 0 LITERATURE H/C H/C PART | FICHE FICKE PART MP OD P 
NUMBER: Cc ge TYPE : DATE NUMBER DATE NUMBER 


LTV 
kkk DESCRIPTION *kk DESCRIPTION *#* DESCRIPTION ick DESCRIPTION tekt DESCRIPTION tick 


120A/B 120A~/. aoe = TEST PROCEDURES 
ie 120A-L:B = INT GRAD CRT MODIFICATION 
120A—:) NOV63.- SINGLE SWEEP MOD KIT 
T20A-/ JUL68 HV. CIRCUIT MOD FOR INCR RELIABILITY 
1208-1  APRO6 SINGLE SWEEP MOD KIT 
» T20B-2A DEC63 SER. 247-01501 +.DOWN.MOD TO RUGGEDIZE CRT SHIELD MOUNT 
7208+3 JUL6B HV CIRCUIT MOD FOR INCR RELIABILITY 


120AR-H13 oe 


OPER & SERV MAN : DEC61 120A-901 SEP71 1204-801 01.08 02 
1208 . OFER & SERV MAN NOV66 1208-903 JAN72 120B-803 01 08 02 
MAN CHANGE AUG71 1208-903 
1208-H77——s—«<“«é« OPER & SERV MAN JANOO 00120-93901 APR75 00120-93801 01 08 01 
OPER & SERV MAN DEC68 00120-93902 OCT71 00120-93802 01 08 02 
MAN CHANGE FEB69 00120-93902 
1200A OPER & SERV MAN NOV76 01200-90904 MAR84 U1200-90804 8L 01 08 03 
MAN CHANGE JAN84 01200-90906 
1200A/8 SERV NOTE SET BELOW ocTss 
au 1200A/B-1A JAN79 WO SER 1202A & DELOW.REC 1LOW VOLT REG TRANSISTOR REPL. 
1200A-2 JANG? SER 846 & UP.NEW MODEL # FOR 1200 SER . 
1200A-3A SEP69 WO 1200A SER 849-00551 & DOWN;1200B SER 849-00541& DOWN.ADDITIONAL HV OSCIL TRANSTR MOD 
1200A/B-4A OCT74 WO 1200A SER 1047A01396& DOWN;12008 SER 0931A00973 & DOWN.MORE PROTECTION 
CONT'D FOR PREAMPLIFIER BOARDS 
1200A/B-5A AUG79 WN ALL SER.A6Q4 PREFERRED REPLACEMENT 
1200A/8-6 NOV73 WO ALL SER.NUT ADAPTER FOR INTENSIY POT 
1200A/8-7 JUL84 WN ALL SER.REC CRT REPL 


1200A-8-S MAR85 WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE | 


12008 OPER & SERV MAN NOV76 01200-90904 MAR8S4 01200-90804 8L 01 08 03 
MAN: CHANGE JAN84 01200-90904 


OPER & SERV MAN JAN83: 01201-90905 
MAN. CHANGE OCT79 01201-90905 


12010 MAR84 01201-90805. 8L 01 08 03. 


FEB80 01201-90805 8L 01 08 03 


1201A/8 SERV NOTE SET BELOW OcT85 
1200-3A. SEP69 WO 1201A SER 849-00551 & DOWN.1201B SER 849-00541 & DOWN. MOD TO IMPROVE REGIABILITY 
V201A/B-1A JUL69 WO SER 901: & DOWN.ERASE TIME Patel 
1201A/B-2A JAN71. WO SER 924 & DOWN.MOD TO WRITE & 
4201A/B-3A OCT74 WO 1201A SER 117A00616 & DOWN. 12018 SER 112CA00296 & DOWN. INPUT PREAMP PROTECTION WHEN 
CONT'D. The MAKING PWR MEASUREMENTS 
1201A/B-4 FEB73 WO 1201A SER 1234A & DOWN.1208 SER 1245A & DOWN. LOSS OF INTENSITY CONTROL 
ee AUG79 WN ALL SER.PREF REPL FOR A6Q4 
1A/B-6 NOV73 WO NUT ADAPTER FOR INTENSITY P 


POT. 

T2OiA/S-?/1208n/ ; MAY75 WO 1201A SER 12344 & DOWN.1201B SER “V245A & DOWN. PREF REPL FOR RESIST. RS & R6 ON HV BRD 
i= |= 

1201A/B-8/1207A/B-7 JUL76 WN 1201A SER 1234A & DOWN.12018 SER 1245A & DOWN. MOD. TO CRT. 

1201A/B-OPTO09-1 APR7O SER 924 & DOWN.PREF REPL FOR VR6. ON STORAGE PULSE BOARD HP P/N 01201-66502 

1201A/8-9 JAN79 WO SER 1331A & BELOW.REC LOW VOLTAGE REGULATOR TRANSISTOR REPL. 

1201A/B-10-S MAR85 WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 


12018 OPER & SERV MAN JAN83 01201-90905 MAR84 01201-90805 8L 01 08 03 
MAN CHANGE OCT?79 01201-90905 FEB80 04201-90805 8L 01 08 03 


[94 f08/85) Oe ae Se ae 7 eee eee oe PAGE 36 
"MODEL cle iter 


LITERATURE = H/C_ H/C PART” “FICHE” - FICHE PART. M POD f 
NUMBER sC TYPE ——séMAT 


NUMBER DATE “NUMBER LT OV 
tik DESCRIPTION eek DESCRIPTION xkk DESCRIPTION it DESCRIPTION kick DESCRIPTION kik 


Nov? 01202-90902 _ 


37 Am49NnS_ An 


_Nov4 01202-90802 8L 01 08 03 


11/08/85 
"MODEL 
NUMBER 


V332A 


7 332a-C35 
4332A-C39 
1332A-C50 


1332A-C52_ 
1332A-H01 


| 1332a-x95. 


| 1332a~551 
13334 


1333A-H18 
1333A-X95 
1335A 


11/08/85 
‘MODEL 
NUMBER 


| 1335a 


ee! Fe we ee, ee Cove pe et a gr ey ee ee eS egg Sage Se a oe ee es a ee ee oe ae 


H14-14/12088/H20-1 
1201A/B-8/1207A/8-7 JUL76 WN 1201A SER 1234A & DOWN. 12018 SER 1245A.& DOWN.MOD TO CRT 
a age APR?7O SER 924 & DOWN.PREF REPL FOR VR6 ON STORAGE PULSE BOARD HP P/N 01201-66502 


1A/B-9 JAN79 WO SER 1331A & BELOW.REC LOW VOLTAGE REGULATOR TRANSISTOR REPL. 
Se _. 1201A/B-10-8 MAR85 WA SAFETY: ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE | : 
12018 ie . acy MAN. JAN83 07201-90905 MAR84 01201-90805 8L 01 08 03 — 


MAN CHANGE OCcT79 01201-90905 FEB80 07201-90805 8L 01 08 03 


PAGE 21 11/08/85 : = : PAGE 36 11/08/85 
MODEL 0 LITERATURE H/C H/C PART —- FICHE FICHE PART M p DP MODEL 
NUMBER c TYPE ~~ DATE NUMBER DATE MBER LT VG NUMBER 
[ON wie . whe DESCRIPTION tik DESCRIPTION wit DESCRIPTION *e* DESCRIPTION » ikke DESCRIPTION tte 
ey 335A. 
1202A OPER & SERV MAN NOV71 01202-90902 NOV84 01202-90802. 8L 01 08 03 
MAN CHANGE _ AUG73 01202-90902 
Pek ' OPER NOTE ~ MAY?71 5954-1217 
1202A/8 .. SERV_NOTE SET BELOW CT85 
- 1200A=4 NOV68 WO 1202A ‘SER e0s-00221 & DOWN.1202AR SER 839-00236 & DOWN IMPR LV REGLTR TRANSTR REPL 
1200A-2 NOV68 WO 1202AR SER 846 & ABOVE.NEW MODEL DESIGNATION FOR 1200 SERIES 
12003A SEP69 WO 1202A SER 849-00271 & DOWN.12008 SER 849-00281 & DOWN.MOD 70 IMPR RELIABILITY 
1202A/B-1A OCT74 WO 1202A SER 1044A00631& DOWN.12028 SER 0931A00491 & DOWN. IMPUT PREAMP PROTECTION WHEN 
CONT'D MAKING PWR MEASUREMENTS 
$202A/8°74 AUG79. WN ALL SER.PREF REPL FOR A6Q4 1335a-C20 
4202A/F -. NOV73. WO ALL SER.NUT ADAPT FOR INTENSITY POT 
1202A-4-S MAR8S WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 1335A-H01 
12028 OPER & SERV MAN NOV71 01202-90902 NOV84 01202-90802 8L 01.08 03 1335a~H22 
MAN CHANGE AUG73. 01202-90902 
-OPER NOTE MAY71 5951-1217 T335A-X95 
41205A OPER & SERV MAN JUL70 01205-90902 JUN75 01205-90802* 01 08 03 USE 1205B FICHE 01205-90803 1336A 
1205A/8 SERV NOTE SET BELOW cT85 
1200A-1 NOV68 WO 1205A SER a39-00271 & DOWN.1205AR SER 808-00240 & OWN. IMPR LV REGLTR TRANSTR REPL ae 
1200h-2 | JAN69 . 1205AR SER 846 & ABOVE.NEW MODEL DESIG FOR 1200 SER ee 
1200-3A SEP69 WO 1205A SER 849-9421 & DOWN.MOD TO IMPR RELIABILI ‘| 1336A-005 
1205A/8~1 MAY71 WO 1205A SER 1045400946 & DOWN.1205B SER o931A00841 " DOWN. IMPUT PREAMP PROTECTION WHEN = ee 
CONT'D MAKING PWR ‘MEASUREMENTS 1336P 
1205A/B~2A AUG79 WN ALL SER.PREF REPL FOR A6Q4 + 
1205A/B-3 NOV73 WO ALL SER.N3T ADAPT FOR INTENSITY POT cae ae 
1205A/B-4 JUL84 WN ALL SER.REC CRT REPL 1336P~C06 
1205A-5-S MAR85 WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE wadapects 
12058 OPER & SERV MAN aue7o 01205-90902 JUN?S 01205-90802" = 01 08 O03 USE 12056 FICHE 01205-90803. 
OPER & SERV MAN JUL82 01205-90903 OCT82 01205-90803 8L 01 32 03 13365 
1206 OPER & SERV MAN MAR72 01206-90902 JUN75 01206-90802 01.08 03 ; 
MAN CHANGE OcT74 01206-90902 1340A 
1206A/8 SERV NOTE SET BELOW T85 
- 4200A=1 NOV68 WO 1206A SER a0s-00211 & DOWN.1206AR SER 839-00226 & DOWN. IMPR LV REGLTR TRANSTR REP!. 
1200A-2 JAN69 — 1206AR SER 846 & ABOVE.NEW MODEL DESIG FOR 1200 SERIES 
1200-3A SEP69 WO 1206A SER 849-00271 & DOWN.1206B SER 849-00261 & DOWN.MOD TO IMPR RELIABILITY 
1206A/8~1 MAY71 WO 1206A SER 1044400471 & DOWN.1206B SER 0931A00391 & DOWN. IMPVT PREAMP PROTECTION WHEN 
CONT'D MAKING PWR MEASUREMENTS 
1206A/8-2 OCT73 WN ALL SER.PREF REPL FOR A6Q4. 
1206A/B-3. NOV73 WO ALL SER.NUT ADAPT FOR INTENSITY ROT. ; 
1206A-4-S MAR85 WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 
12068 OPER & SERV MAN MAR72 01206-90902 JUN75 01206-90802 01 08 03 
MAN CHANGE OCT74 01206-90902 1340A~CO5 
1207A . OPER & SERV MAN OCT?71 01207-90903 JUN75 01207-90803 . 01 08 04 
- MAN CHANGE . -APR72._ 01207-90903 BES ’ 1340A-C18 
1207A/8 SERV NOTE SET BELOW OcT&5 


1340A-HO5 © 


Pace 22. | ~s«d|s44ogyas eae 7 ae eee ae PAGE 37 | 91708785 
aoe as MODEL = 9 —sLATERATURE = Wc, H/C Part FICHE FICHE PART MP DP : 3 : ff Moen 
riecemee © NUMBER CC  -sTYPE.~=—~—~=«=STE CN DATE NUMBER. LT NUMBER 
ON aA ft pe . a ie DESCRIPTION. tk DESCRIPTION ##e “DESCRIPTION ork DESCRIPTION Hee DESCRIPTION wee || 
ee 12014/8-0FT 009-1 —APR7O 207A SER 922 # OWN. 12078 SER 924 & DOWN.PREF REPL FOR VR6 ON STORAGE-PULSE BOARD = |_| 1340A-HOS 
—ABOTA/B-1A -JUL69 WO SER 901 © DOWN.MOD TO STANDARDIZE ERASE TIME ee eee 


1207A/B-2A OFANIN74.- WO 13074 SER 922 & nowN.12n7 AAUN MON TH Fi Te MAWENTADY. UpTTe clin “‘TiibecAai 


PAGE 22 


IN dcicte 


AGE 23 


| dock 


1207A 


4207A/8- 


41/08/85 
MODEL. 
“NUMBER 


1207A/B 


oOo 


SN SS WEN FeRes 


MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


LITERATURE 
TYPE 


1201A/B-OPT 009-1 
CONT'D 


1207A/B-1A 

1207A/8-2A. 
CONT'D 

1207A/8-3. 
CONT’D 


1207A/B-4 


“T207A/B-5A 


1207A/B-6 . 


“ 4207A“7-S MARS 
1201A/B-8/1207A/8-? JUL76 WN 1207A SER 1132A & DOWN.12078 SER 1133A & DOWN.MOD TO CRT 


12078 


1208A 


4208A-H11 
12088 


1208B-H20 
215A 
1215A/8 


11/08/85 
MODEL Oo 
NUMBER 

“A21SA/B. 

121508 

12158. 


- OPER. t SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


1200A-2 
1200-3A 
1201A/8-0PT 009-1 
1208A/0PTNH11-1 
Wiiateeee 
1208A-3 
H11~1208A-4 
H11-1208A-5 
H11-1208A-6/ 


/ 
ihe 


H11=1208A-8/ 


1330A75/1331A/C-9 
'H1171208A-9 


Wi1-120BA-10 
1201A/B=7/1208A/ 


H11-11/12088/H20-1 


H11-1208A-12 
H11-1208A-13 
1208A-14=S 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN .- 


OPER & SERV MAN 


SERV NOTE SET BELOW 
T275A/B=1A 


1215A/8-2 


LITERATURE 
TYPE 


1215k-3-S 
OPER & SERV MAN 
OPER & SERV MAN. 


-MAY71 01208--90906 


TIAA & VIEW fue 


ocT74 01206-90902 


oct?1 01207-90903 
APR72 01207-90903 


Seni Uleuy FsuUCve 


JUN75 01207-90803. 01 08 04 


ocTs5 


: PAGE 37 
H/C H/C PART FICHE FICHE PART M P D 3 
DATE NUMBER DATE NUMBER LT Vv 

kkk DESCRIPTION *** DESCRIPTION **x DESCRIPTION kkk DESCRIPTION seick DESCRIPTION #k 


APR70 V207A SER 922 & DOWN. 12078 SER 924 & DOWN. PREF REPL FOR VR6 ON STORAGE-PULSE BOARD 


HP P/N 01201-66 
JUL69 WO SER 901 & DOWN. MCD” TO STANDARDIZE ERASE TIME 
JIANZ1 WO Oe ee 922 ee DOWN.12078 SER 924 & DOWN.MOD TO ELIM MOMENTARY WRITE GUN TURN-ON 
MAY71 WO 1207A SER 0975000191 & DOWN.1207B SER 1118A00246 & DOWN. IMPUT PREAMP PROTECTION. ‘WHEN 
MAKING PWR MEASUREMENTS 


-FEB73 WO SER 1212A & DOWN.INTENSITY CNTRL LOSS 


AUG79 WN ALL SER.PREF REPL FOR A6Q4 
NOV73 WO ALL SER.NUT ADAPT FOR INTENSITY POT. 
5 WA SAFETYSALL SER.POSS HAZ. DUE TO INSTR. HANDLE BREAKAGE 


OCT71 01207-90903 
APR72 01207-90903 


APR71 01208-90907 
APR75 01208-90907 


cT85 
JAN69 1208AR SER Bas & ABOVE.NEW MODEL DESIGNATION FOR 1200 SERIES. | 
SEP69 WO 1208A SER 849-00126 & DOWN.1208B SER 849-00141 & DOWN.MOD TO IMPR RELIABILITY 
APR70 SER 965 & DOWN.PREF REPL FOR VR6 ON STORAGE=-PULSE BOARD HP P/N 01201-66502. 
APR70. SER 922 & BELOW.PREF REPL FOR 1A2C1 & 1A2C2 
JAN71 WO SER922-00321 & BELOW.MOD TO ELIM MOMENTARY WRITE GUN TURN-ON AFTER ERASURE. 
MAR73 WN SER 1130A & DOWN. CHANGES ON STORAGE PULSE ASSEMBLY A4. 
AUG73 HN SER 1212A & DOWN.MOD TO IMPR STORAGE UNIFORMITY 
AUG?73 WO SER 1306A & DOWN.HIGH VOLTAGE oer DOUBLE-MODING & PREF REPL FOR A6Q4 
SEP73 WO SER 1330A & DOWN.POT TRACE SHRT P 
DEC73 WN ALL SER.TIPS FOR RECOGNIZING & IDENTIFYING STORAGE CRT PROBLEMS 


MAY74 WO SER 1330A & DOWN.PREF REPL FOR HV RECTIFIER DIODES 
JUN74 WN ALL SER.IMPR PWR TRANSTR CONN METHOD 


DEC74 WN ALL SER.PREF REPL FOR A6Q3 

JAN SER 1330A & DOWN.PREF REPL FOR A3CR1 + A3CR2 

MAY75 WO erty ase 1242A & DOWN.1208B/H20 SER 0971A & DOWN.PREF REPL FOR RESIST RS & R6 
ON BOAR 

AUG79 WN SER 1306A & GELOW.PREF REPL FOR HI V OSC 

AUG79 WN SER 1330A & BELOW.PREF REPL FOR A6Q4 

MAR85 WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 


NOV72 01208-90908 SEP85 01208-90808 8L 01 08 02 
APR75 01208-90905 


APR71. 01208-90707 
APR75 01208-90907 


JUN75. 01207-90803 01 08 04 


FEB85 01208-90807 8L 01 08 02 


~“ 
ui 
x 
> 
a 


FEB85. 01208-90807 8 01 08 62 


SEP74 01208-90806 
JUN75 01215-90802 


07 08 02 


JUL71 01218-90902 01 08 03 


ocTss 
AUG79 WN ALL SER reer REPL FOR A6Q4 
NOV73. WO ALL SER.NUT ADAPT FOR-INTENSITY POT 


PAGE 38 
H/C H/C PART PeCHE _ FICHE pant MOP OD P 


aw ts: DESCRIPTION #3 DESCRIPTION tee DESCRIPTION + DESCRIPTION # ke DESCRIPTION tek 
MARES WA SAFETY:ALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 

JUL71 01215-90902 JUN7S 01215-90802 0108 03 

JUL71 01215-90902 JUN75 01215-90802 —01 08-03 


- 4340A-c05 


-1340A-C18 
‘1340A-HO5 


11/08/85 
MODEL 
NUMBER 


ao. 


1340A-HO5 
13450 


1345-003 


13468 


TSAGA-003. 


| sari. 


13494 
1349D | 
135 

135 DTA 
135/136 


11/08/85 
MODEL 0 
NUMBER oC 
| 135/136 


15A 
| 1215a/8 


41/08/85 
| MODEL 


NUMBER 


12154/8 
121508 
12158. 
| 12170, 


1217A/B 


12178 


122A/AR 


-1220A 


11/08/85 
“MODEL 
_ NUMBER 


“42200 


0 
C 


OPER & SERV MAN 


SERV NOTE SET BELOW 
B-1A 


1275A/8- 
4215A/B-2 


LITERATURE _ 
TYPE. 


1215A-3-S 

OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


MAN: CHANGE 


1217A 
1217 A/B-2A.. 


 1217A/8-3 
“1217A-4-S 


OPER & SERV MAN 
MAN CHANGE 


3 OPER & SERV MAN 


MAN CHANGE 
MAN SUPP 
ao, me SET BELOW 


122A-4 
122A-5 


OPER & SERV MAN 
MAN CHANGE A ; 
MAN. CHANGE B 

MAN CHANGE US 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
INSTALL INSTRUC 
INSTALL INSTRUC 
INSTALL INSTRUC 
Se ie tl SET BELOW 


-1220a- 


1220A~15 
- 1220A=16/1221A-6 


-1220A-214- 


1220A~2 
1220A~3/1221A-1 
ieee create 


1220 
1220A~6/1221A-3 
20A-7 


: ‘A- 
1220A~8/1221A~4 
“1220A-9 


12 
1220A~13/1221A-5 
1220A=14 


LITERATURE 
“TYPE 


T220A~17 ad 
1220A-18/1221A-7 
1220A~19/1221A-8 
1220A-20 De 


1222A-1 


42959N0_ 97 14995464. 484% 


--0CT71.-01217-90901 
_SAN74 01217-50901 


~ SERV NOTE SET BELOW . 


JUL71 01215-90902 


JUN75. 01215-90802 


OcTs5 
AUG79 WN ALL SER.Pxcr SEPL FOR A6Q4 
NOV73. WO ALL SER.NUT ADAFT FOR, INTENSITY POT 


01 08 .03 


H/C H/C PART FICHE FICHE a MPD Po 


DATE. NUMBER 


DATE NUMB LT V 
kkE DESCRIPTION *A= DESCRIPTION ake DESCRIPTION wee DESCRIPTION *** DESCRIPTION ik 
“MAR8S WA SAFETYSALL SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 
 JUL71_ 01215-90902 


JUN75 01215-90802 
JUN7S 01215-90802 
APR74 01217-90801 


01 08 03 
01 08 03 
01 08 04 


JUL71. 01215-90902 


ocTas 
APR70 SER 947 & DOWN.PREF REPL FOR A5Q29,30,35, & 36 
AUG79 WN ALL SER.PREF REPL FOR A6Q4 

NOV73 WO ALL SER.NUT ADAPT FOR INTENSITY POT. 

MAR8S WA SAFETYSALL: SER.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 


OCT?71 01217-90901 APR74 01217-90801 61 08 04 
JAN74 01217-90901 


AUG66 00122-90901 
AUG67 00122-90901 
JANOO 00122-90901 


OcT78 

AUG63 MOD TO REPL SWEEP/HORIZ SWITCH 
ae INT GRAD CRT MOD KIT 

OcTé65 MOD FOR SINGLE SWEEP OPERATION 

OCT65 SER 521 & DOWN.PWR XFMR REPLACEMENT 

JUL68 WO SER 521-07401 & DOWN.MOD TO IMPROVE HV CIRCUIT 


FEB74 01220-90001 APR78 01220-90051 8L 01 81 02 
DEC75 01220-90001 
FEB78. 01220-90001 
APR75 01220-90001 
JUN7S 5951-8795 

JAN79 01220-90902 
MAY82 01220-90908 


MAY75. 00122-90801 01 08 02 


OCT82 01220-90808 8L 01 32 02 
DEC83 01220-90909 FEB84 01220-90809 8L 01 08 01 
DEC83 01220-90910 FEB84 01220-90810 8L 01 08 01 
DEC83 01220-90911 FEB84 01220-90811 8L 01 08 01 


OcTé5 

APR74 WO SER 1322600361 & UP.CHOPPER OSCIL MOD 
MAY74 WN SER 1461A01300 & DOWN.LO FREQ TRIGGER 
MAY74 WN ALL SER.REMOVAL & REPL OF ASSEMBLIES 
JUN74 WN ALL SER.NORMAL TRIGGER MODE 
JUL74 WN SER 1416A01815 & UP.NEW SAFTY PLATE 
AUG74 WN ALL SER.TV SYNC SEPARATOR CHECK 
AUG74 WA ASTIGMATISM ADJUSTMENT 

ALL SER.SERVICING INFORMATION 


PAGE 38 


AUG75. 5951-8796 _* 8L 01 B1 04 USE 1220A FICHE 01220-90802 
JANBO 01220-90802* 8. 01.51 02 USE.1220A FICHE 01220-90808 


11/08/85 
~ MODEL 
NUMBER 


135/136 


135A 


1350A 


1350S 
13505A 


351A 


135C€/135Cm 


= DEC74 WN ALL 


“H/C H/C PART —_— FICHE 


1416A-02340 & DOWN. TRIGGERING AT LOW AMPLITUDES 
SER.DC TRACE SHIFT 


“SER.«HIGH VOLTAGE REGULATOR ADJUST 


SER.REPL OF CAP A1C401, A1C402,8 A1C407 

SER. TROUBLESHOOTING TIPS 

1416A02656 TO 1416A02760.SWEEP PROBLEMS IN 1 MICROSEC TO 50 SEC RANGE 
SER. INSULATOR CAPS 

SER. SERVICE KIT. 


PAGE 39 
FICHE PART M PD ~ 


DATE NUMBER: -DATE NUMBER LT Vv 
kek DESCRIPTION *xx DESCRIPTION kkk DESCRIPTION kK, DESCRIPTION akk DESCRIPTION hk 


 DECT4 WO. SER 


DEC74 WO. ALL 
FE875 WN. ALL 
FEB75 WO. SER 


_ AUG78. WO SER 


a4an3s itn: awa 


1416003150: & DOWN.HV. BOARD ‘MOD | 
SER.ANTISTATIC SOLUTION - 

‘SER. IMPR HEAD SINK INSULATION. 
1416A-03970 & DOWN.SWEEP PROBLEM ~ 
JEU 18145: = BELOW.REC. CRT REPL a 


4351A-001 
4351A-002 
1351A-900 
4351A-901 


11/08/85 
MODEL. 
_ NUMBER 


1351A-902 
/1351A-904 
1351A-905 


ryt Pee es 


ee ES eS 


De ee ee ee 


1220A-13/1221A-5 NOV74 WN ALL SER. TROUBLESHOOTING TIPS. . 1351A~900 OF 
1220A-14 | DEC74 WA SER 1416A02656. TO 141602760. SWEEP PROBLEMS IN 1 MICROSEC TO 50 SEC RANGE os 

1220A-15 DEC74 WO ALL SER. INSULATOR CAPS : 1351A-901 OF 
1220A-16/1221A~6 DEC74 WN: ALL SER. SERVICE KE 3 : : 


11/08/85 : ; eee PAGE 39 17/08/85 
MODEL 0. LITERATURE H/C H/C PART FICHE FICHE PART M P D P coe MODEL 0 
NUMBER Cc: TYPE ; DATE NUMBER “DATE NUMBER LT VG NUMBER c 
: tik DESCRIPTIGN *k* DESCRIPTION *** DESCRIPTION *+x DESCRIPTION » kkk DESCRIPTION trick 
1220A. ts 4220A~17 DEC74 WO SER 1416A03150 & DOWN.HV BOARD MOD 1351-902 OP 
~ 9220A-18/1221A-7 —-:dDEC74& WO ALL SER.ANTISTATIC SOLUTION | 
12208-19/1221A-8 FEB75 WN ALL. SER. IMPR HEAD SINK INSULATION 1351A-904 OP 
1220A~20 “FEB75 WO SER 1416A-03970 & DOWN.SWEEP PROBLEM Po 
T220A-210 AUG78 WO SER 1814A, 1814S & BELOW.REC CRT REPL . an 1351A~905 OP 
Te2DA23/12210-11/ MAR76 WO REC RESIST CHANGE A2A1R2 FROM +25 WATT 10.50 WATT IN 200 VOLT SUPPLY SUPERSEDES 1351A~906 oP 
: “ 4220A=22/1221A-10/1222A- 2 
1200024 _ JUL76 WO SER 1609A.PREF PRTS REPL om IMPR REL OF +95 VOLT SUPPLY & INTENSITY LIMIT CIRCUIT 1351A-908 op 
1220A~26A JUL83 WO SER 13414 THRU 1709A.REC REPL FOR COUPLER SHAFTS MP25 & INSTEN & FOUCUS POTHETER, 
CONT'D A3R9 R14 1351A-909 oP 
-4220A-3, DEC78 WN REPL fly OBSOLETE BOARDS ad 
ie  4220A-27 _ AUG8S WA ALL SER.MOD TO PREV POT HANDLE BREAKAGE 1351S SE 
1220A-007 OPER & SERV MAN SUN75 5951-8795 AUG7S 5951-8796 * SL 01 08 04 USE 1220A-007 FICHE 01220-90802 AS 
OPER & SERV MAN JAN79 01220-90902 JAN8O 01220-90802* BL 01 32 02 USE 1220A-007 FICHE 01220-90808 © ; 
OPER & SERV MAN MAY82 01220-90908 OCT82 01220-90808 BL 01 32 02 13515A ae 
12210 OPER & SERV MAN FEB74 01220-90001 APR78 01220-90051 8L 71 81 02 
MAN: CHANGE A DEC75 01220-90001 136 
MAN CHANGE B  -FEB78 01220-90001 
MAN CHANGE US APR75 01220-90001 
SERV NOTE SET BELOW 


ocTso 
1220A-3/1221A-1 MAY74 WN ALL SER.REMOVAL & REPL OF ASSEMBLIES 
1220A~4/1221A-2 JUN74 WN ALL SER.NORMAL TRIGGER MODE 
1220A~6/1221A=3 AUG74 WN ALL SER.TV SYNC SEPARATOR CHECK 
1220A-8/1221A—4 SEP74 WN ALL SER.SERVICING INFORMATION 
1220A-13/1221A-5 NOV75 WN ALL SER. TROUBLESHOOTING TIPS 
1220A-16/1221A~6 DEC74 WN ALL SER.SERVICE KIT 
1220A-18/1221A-7 DEC74 WO ALL SER.ANTISTATIC SOLUTION 
1220A-19/1221A-8 FE675 WN ALL SER.IMPR HEAD SINK INSULATION 
1220A~21/1221A-9/  OCT7S WO SERVICE PROCEDURES TO REPL CRT 


1222A~1 
reg0Aee3/12214-11/ MAR76 WO REC RESIST CHANGE A2A1R2 FROM .25 WATT TO .50 WATT IN 200. VOLT SUPPLY.SUPER 1220A~22 
le /1221A~10/1222A-2 


4221A-3 NOV78 WN REPL OF OBSOLETE BOARDS 
1222A OPER & SERV MAN APR76 01222-90003 APR78 01222-90503 8L 01 81 02 
MAN. CHANGE FE878 01222-90003 
OPER & SERV MAN JUN75 5951-8795 AUG7S 5951-8796 _* 8L 01 81 04 USE 1222A FICHE 01222-90802 


OPER & SERV MAN JAN79 01222-90902 JAN8O 07222-90802 SL 01 Bi 02 PFX 1341A THRU 1809A 
OPER & SERV MAN MAY82 01222-90908 OCT82 01222-90808 8L 01 32 02 SEE TITLE PAGE FOR OPTIONS LISTED 
INSTALL INSTRUC DEC83 01220-90909 FEB84 01220-90809 8L 01 08 01 

S INSTALL INSTRUC DEC83 01220-90910 FEB84 01220-90810 8. 01 08 01 
INSTALL INSTRUC DEC83 01220-90911 FEB84 01220-90811 8L 01 08 01 


SERV NOTE SET: BELOW OcT85 ‘ 
Ly AUG78 WO SER 1809A, 1809S & BELOW.REC CRT REPL 
A> ; 

tessa JUL76 WO SER 1540A & DOWN.MOD TO ELIM CHNL "A" RINGING 
V222h~ JUL76 WO ALL A SER.MOD TO IMPR REL OF +95 V PWR SUPPLY & INTENSITY LIMIT CIRCUIT 
1320A-23/12210-11/_ MAR76. WO REC CHANGE RESIST AZA1R2 FROM .24 WATT TO .SO WATT IN 210 VOLT SUPPLY.SUPER 1220A~22 

1222A-3 /1221A~-10/1222A-2 

1222A-3 DEC78 WN REPL OF OBSOLETE BOARDS 

1222A~4 AUG76 WO ALL SER.MOD TO IMPR HIGH VOLTAGE REGLTR ADJUSTMENT 
1222a-5 -  JAN77 WO ALL SER. IMPROVED KNOBS 


11/08/85 a oe OU ete ae PAGE 40 | 19708785 
MODEL 0 LITERATURE H/C H/C PARY FICHE —- FICHE PART MP D r ope f MODEL 0 
~ NUMBER c TYPE DATE NUMBER DATE NUMB tT. ¥ | NUMBER C 
; whe DESCRIPTION #4* DESCRIPTION the DESCRIPTION wee DESCRIPTION *#% DESCRIPTION ie fo 
‘Ve2ea Se ‘CONT'D | — SUNB3- WN SER aa TH 1709A.REC REPL FOR COUPLER SHAFTS MP25 & INSTEN & FOUCUS POTMETER, ff OS MAN 
es Meee i AUGBS WA ALL ‘SER. MOD TO PREV. POT. ‘HANDLE. BREAKAGE UN aalte g ; a eee) re Oe ee put 
1223A =~ PRELIM OP & SVC MAN DEC76 01223-90002 ——APR78 01223-90502* @L 01 81 02 USE 12230 FICHE 01223-95003 a ee eee MAN 
"OPER & SERV MAN = AUG79 07223-90003 NOV79 01223-95003 8L 01 B1 03 - ee vo SER 


 aowe é : ABER: ® ceri? Mani . tams3: ARASs | AARAS as OCs) TIS oh Se or 8 boca: eg a tan nus aaa tte Se bee : ‘ a aoe 


1e22A-5 DEC78 WN REPL OF OBSOLETE BOARDS 
T222a~4 : AUG76 tio ALL SER.MOD. TO IMPR HIGH VOLTAGE REGLTR ADJUSTMENT — 
1222a-5 JAN77? WO ALL SER. IMPROVED KNOBS 


11/08/85 ae eae ae . “PAGE 40 
MODEL 


11/08/85 
0 . LITERATURE — H/C H/C PARY —- FICHE FICHE | PART M P D P - MODEL 0 
NUMBER c TYPE DATE NUMBER DATE. bot _ NUMBER C 
‘week DESCRIPTION xx DESCRIPTION kk DESCRIPTION kick - DESCRIPTION tik DESCRIPTION : ae 
1222A 1acears : JUN83. WN oer. Vath: THRU 1709A.REC REPL FOR COUPLER SHAFTS MP25 & INSTEN & FOUCUS POTMETER, 1405 MAN 
~ 4222A-7 AUG85 WA ALL SER.MOD TO PREV POT HANDLE BREAKAGE 440T ore 
1223A PRELIM OP & SVC MAN DEC76 01223-90002 APR78 01223-90502* 8L 01 81 2 USE 1223A FICHE 01223-95003 * MAN 
OPER & SERV MAN AUG79 01223-90003 HOV79 01223-95003 8L 01 81 0 ach 
123A 00 OPER & SERV MAN JAN?7_ 00123-99002 DEC78 00123-99052* 8L 01 33.02 USE 123A FICHE 00123-90054 went 140 
: OPER & SERV MAN = DEC78 00123-90004 JAN79 00123-90054 8L 01 33 02 sa0T=880 : ape 
1230A° OPER & SERV MAN ceer6 mies0-95002 DEC76 01230-90502 8L 01 B1 02 MAN 
oe - AN : JANG A 1 440T-908 ‘OPE 
125334 ~~ SERV NOTE SET BELOW "MAN 


JUL80 es 
12533A-1/12534A-1/  SEP70 WO DATE CODE BELOW G-702-6.MOD FOR DECR SUSCEPTBLY TO ENVIRONMENTAL NOISE 
12550A-1/12567A-1 


425348 SERV NOTE SET BELOW 


JUL80 
V2533A-1/12534A-1/ SEP70 WO DATE CODE BELOW G-702-6.MOD FOR DECR SUSCEPTBLY TO ENVIRONMENTAL NOISE 
12550A-1/12567A-1 


12550A - SERV_NOTE SET BELOW 


JUL80 
12533A°1/125340-1/ SEP70 WO DATE CODE BELOW G-702-6.MOD FOR DECR SUSCEPTBLY TO ENVIRONMENTAL NOISE 
12550A-1/12567A—1 


“44008: 


| 125640 SERV NOTE SET BELOW MAY78 
| 12564A-1 JAN70 WO MOD TO IMPR REL OF SIGN BIT 
12567A SERV NOTE SET BELOW JUL80 
12533A-1/12534A-1/ SEP70 WO DATE CODE BELOW G-702~6.MOD FOR DECR SUSCEPTBLY TO ENVIRONMENTAL NOISE 
12550A-1/12567A~1 : 
12661A SERV NOTE SET BELOW MAY78 
; 12661A-2 OCT70 WO DATE CODE BELOW A-902-6.MOD TO PREV POSSIBILITY OF RANDOM OUTPUTS.SUPERS 12661A-1 
12722A SERV NOTE SET BELOW MAY78 
12722A-1 - NOT AVAILABLE 
12722A~2 JUN74 ALL. SER}SUPER P12722A-1.UPDATE OF SERVICE KIT 
127234 SERV NOTE SET BELOW MAY78 
12723A~18 APR73 ALL SER.LIST OF KIT COMPON FOR SERVICING THE 2310C & 2312A SUBSYSTEMS 
127508 ‘SERV NOTE SET BELOW MAY78 
- 427508-1 DEC73 WO SER 1202A TO 1317A.C21 CHNG IF Q18 REPLACED 
12770A =—S—~SsS SERV NOTE SET BELOW MAY7B oe 
427 70A~4 NOV73 WA ALL SER.MOD TO PREV SYSTEM LOCK-UP WHEN USED WITH HP 3480B & HP 2570A COUPL WITH PIN 
CONT'D BOARD PROGRAMMER 
12797A SERV NOTE SET BELOW MAY78. 
3 12797A=1 MAY71 WO DATE CODES BELOW 61106-6.MOD TO PREV INCORRECT DATA TRANSFER 
12800 SERV NOTE SET BELOW MAY78 
712800A-1 ~ DEC70 WC DATE CODES BELOW 1039-6.MOD TO PREV ERRONEOUS CHARACTER PUNCH 


11/08/85 = : ee a eee | 1 44708785 

MODEL. LITERATURE H/C H/C PART FICHE FICHE PART M PD p A : MODEL OO 

NUMBER C TYPE. DATE NUMBER DATE NUMBER) LTV NUMBER «CC 

: / tht DESCRIPTION ##* DESCRIPTION ihe DESCRIPTION kkk DESCRIPTION #* DESCRIPTION wax 2 

12940A SERV NOTE SET BELOW cT80 a ae 

: ~ 12940A-1 JUN8O WA DATE CODES «9-81000 “THRU Ks-81500 & L9-80000 THRU L9-81750.DISC CARTRIDGE “EXCHANGE : J405A-H06. «OPER 
CONTD OGRAM- | o es 
130A OPER & SERV MAN _-AUG61. 1304-900 - JANT6 130k-800 aL 01 08 02 oe nce Cae re Me Le eee ee | 406A OPER 

MANE CHANGE  JUL62 130a-900 = ee ee Oe ae 

1308 =«——=—i—=ts«PER & SERV MAN ——_JANS2. 1308-900 DEC83 1308-800 &L._01 08 02 : a ooo Ge eee eee 


MAN CHANGE « MAY67 1308-900... © es soba ge FRE he, a ee : fd ee ees. Yt 


11/08/85 
MODEL 
NUMBER 

129404 

130A 

1308 

- 4308/8R 
1308R 


°130¢ 


1300A 


ae, 
11/08/85 
MODEL 
NUMBER 


- 1300A-H82 


1302A 


o 
Cc 


0 


16UuVrA EF Bee RM BALE REED BELUA Poe OeRUE TY TREY ERRUNEUUS CAARALIER FUNCH 


Hed PAGE 41 
LITERATURE H/C H/C. PART FICHE FICHE PART M P D 
TYPE. DATE NUMBER DATE “NUMBER L oT Vv 
wkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION kkk DESCRIPTION *x& DESCRIPTION wick 
SERV_NOTE SET BELOW CcT80 
tessoans ; JUNBO WA DATE E CODES K9=81000 THRU K9-81500 & L9-80000 THRU L9-81750. Disc CARTRIDGE EXCHANGE 
OPER & SERV MAN AUG61 1304-900 JAN76 130A-800 BL 01 08 02 
MAN CHANGE JUL62 130A~900 
OPER & SERV MAN. JANS2 1308-900 DEC83 1308-800 8L 01 08 02 
~ MAN CHANGE © MAY67 1308-900 
SERV NOTE SET BELOW cT78 
{30B-1A - DEC65 1308 SER BELOW *118-06101/1308R SER BELOW 118-06201.40OD TO. IMPROVE. DC STABILITY 
130B-2A = INT GRAD CRT MOD KIT 
OPER & SERV MAN. © JAN62 1308-900 DEC8&3 4308-800 8L 01 08 02 
MAN CHANGE = MAY67 1308-900 
OPER & SERV MAN. JAN64 130C-901 MAR?4& 1300-801 01 08 03 FOR SER PFX 235. 
OPER & SERV MAN NOV66 130C-905 JUN73 1300-805 01 08 02 FOR SER PRX 309 & ABOVE 
MAN. CHANGE FEB73. 130C°905 
SERV NOTE SE BELOW MAY78 
130C=1 APR64 MOD KIT PROVIDING REAR PiWNEL INPUTS 
130¢-2 APR65 SER BELOW 445-MOD TO IMPR LOW FREQ RESPONSE + COMMON MODE REJECTION 
- 1300-3 = NOT AVALABLE 
130C-4A OCT65 SER BELOW 537-MOD FOR IMPR DIODE TURN-ON PROCTECTION 
130C-5 JUL76 MOD FOR IMPR SWEEP TIME ACCURACY 
130C-6A MAY68 WO PREF REPL. FOR Q421,0441,0461 
130¢-7 OCT66 SER BELOW 627-05110.MOD- TO PROT LOW VOLTAGE SER REG appetite Tons 
130-8 JUL68 WO SER BELOW 644-0751.MOD FOR INCR HV CIRCUIT RELIABILITY 
1306-9 OCT70 WO SER SELOW 938.REC REPL OF TRANSISTORS Q1,02,0201,+ Q202 
. 430C-10 FEB74 WN ALL SER.AMPLF BALANCE PROBLEMS 
130¢=11 FEB74 WN ALL SER.REPL FOR Q3,04,0203,Q204 


OPER & SERV MAN AUG6? 01300-90901 APR71 07300-90801* 01 08 02 USE 1300A FICHE 01300-90804 
OPER & SERV MAN JUL73 01300-90964 JUN75 01300-90804* 01 08 ug USE 1300A FICHE 01300-90806 
OPER & SERV MAN APR76 01300-90906 MAY?7? 01302-90806. 8. 01 08 0 


SERV NOTE SET BELOW JAN 

1300A-1 JAN68 WO ALL SER-PREF REPL FOR Q° + Q2, OR Q2 + Q8 INPUT FET'S 

1300A-2 MAR6S WO HIGH VOLTAGE FUSE CHANGL 

1300A-3 JUN69 WO PREF TRANSTR REPLACEMENT 

1300A~4 NOV69 WA SER 920-00960 & DOWN.MOD FOR IMPR Z~AXIS AMPLIFIER RELIABILITY 

1300A5 JAN70 PREF REPL FOR A2A1Q1, Q2, Q7, & @8 

1300A~6 APR70 REPLACEMENT OF A3Q7 & A3Q8 

1300A-7 APR70 SER 956 & DOWN.PREF REPL FOR 13COA/A4C5 & 1309A/A6C5 

1300A-10/1308A-10/ JAN75 WO 1300A SER 1350A & DOWN.PREF REPL aoe HV REGLTR ASSY & HV OSCIL TRANSTR.SUPER 1300A-9 
1309A-10 /1308A-8/1309A-8 

1300Ae11 AUG7S5 WO SER 1508A.& DOWN.MOD TO IMPR INTENSITY STABILITY 

1300A~12 APR77 WN SER 1151A.& BELOW.MOD KIT 5061-0853 FOR IMPROVED. CRTS 

1300A-138 MAY78 WO ALL SER.REQUIRED MOD IF HIGH VOLTAGE OSCILLATOR IS REPLACED 

OPER SUPP NOV73. 01300-90905 OCT84 01300-90805 8. 01 08 01 

SERV NOTE SET BELOW : JAN8O 

H82-1300A-1 AUG73 WN ALL SER. TRANSFER TO PRODUCTION OPTION STATUS 


H82=1300a-2 SEP73 WN SER 1204A & DOWN.PREF REPL FOR AS & REC REPL FOR AS. 


; - eres ee PAGE he 
‘LITERATURE H/C H/C PART  ~ FICHE. FICHE PART. M : D c 
TYPE DATE NUMBER DATE NUMBER L V 
: kkk DESCRIPTION eke DESCRIPTION. #ix DESCRIPTION wick DESCRIPTION eke DESCRIPTION tok 
H82-1300A-3/ SEP73 WN SER 1204A & DOWN. PREF REPL FOR A6, AGF1, & AGF4 
-130BA=7/1309A-7 
~~ H82=1300A-4 JUN76 WO ALL SER.MOD TO RED PORSIEILITY, OF HIGH FREQ OSCILLATION 
"SERV. NOTE SET BELOW 
“cs V3O2As1- = SEP79. WN SER 1643A t Below. PREF PARTS REPL 10 INCREASE REL OF x ay AMPLIFIERS 
1302A-2A- he _- JUNBO WA SER. 1643A & BELOW.MOD TO IMPR R 
1302A-3 ; “MARGO WN SER 1721A. 6. BELOW. PREF REPL FOR “ASTIGMATISM POT 
1302A-4A- JANS2 WA SER 1920A.& 1951A.MOD. KIT TO IMPROVE REL OF +158 V PWR SUPPLY 


13802A-5- ~NOV81 WN ALL SER APPLICATION OF HV GREASE ‘TO PREVENT ARCING/BRDDOWN: OF Post ACCELERATOR CONN 


41/08/85 
MODEL 
NUMBER 


1405A-H06 


407A 


1408A 


141A 


1418 


1418/S/T 


| 41708785 
MODEL 


NUMBER 


1418/S/T 


OPER | 
MAN CI 


1A1A/ 


OPER | 


‘MAN. C 
SERV | 


4M 1B=7 


on 


11/08/85 
MODEL 


NUMBER 


-1300A-H82. 


1302A 


13064 


4304A-CO6 


4304A-C14 
| 1304a-c15 


~ 4304a-H02 
-4308A 


1309A 


11/08/85 
MODEL 
- NUMEER 


13094 


310A. 


©. LITERATURE 
eens TYPE 


H82-1300A~3/ 
1308A-7/1309A-7 
H82-1300A~4 


SERV NOTE SET BELOW 
4302A-1 


1302A~5 


OPER & SERV MAN 
MAN: CHANGE 
OPER NOTE 
SERV NOTE SET BELOW 


4304A-7 
MOD SHEET 


MOD SHEET 
MOD SHEET 


MOD SHEET 
MOD SHEET 


MOD SHEET 
SERV NOTE SET BELOW 
1308A-1 


308A-6 
H82=1300A-3/1308A-7 
/1309A~ 


1308A-9/1309A-9 

1300A=10/1308A~107 
1309A-10 

1308A-114 

1308A-12 

1308A-138 


SERV NOTE SET BELOW 
1300A-7 


1309A-1 
1309A-2° 
1309a-3 
1309A=4 


0 LITERATURE 
Cc. TYPE 


1309A-5 

1309A-6 
H82-1330A-3/ 
1308A-7/1309A-7 
1308A-9/1309A-9. 

TROOA NGA 188A" 107 


1309A~11- 
1309A-12 
1309A-13B 


‘OPER & SERV MAN ; 


. JUN76 WO ALL SER.MOD TO RED POSSIBILITY OF HIGH FREQ OSCILLATION 


~ NOV77 01304-90902 APRB2 01304-90802 &L 01 08 02 


. NOV81 WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN 


PAGE 42 
H/C H/C. PART FICHE . FICHE PART. M PD E 
DATE” NUMBER DATE NUMBER 


B LT V 
ekk DESCRIPTION *** DESCRIPTION *%x DESCRIPTION wk DESCRIPTION irik DESCRIPTION wkk 
SEP73- WN.SER-1206A.& DOWN. PREF REPL FOR A6é, AGF1, & AOF4 


: APR8&2 
SEP79 WN SER 1643A & BELOW.PREF PARTS oy TO INCREASE REL OF X &-Y AMPLIFIERS 
JUN8Q WA SER 1643A & BELOW.MOD TO IMPR REL 

MAR8O WN SER 1721A & BELOW.PREF REPL FOR ASTIGMATISM POT 

JANS2 WA SER 1920A & 1951A.MOD KIT TO IMPROVE REL OF +158 V PWR SUPPLY 

NOV81 WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRDDOWN OF POST. ACCELERATOR CONN 


MAR82 01304-90902 
NOV77 01304-90903 ells 01304-90803 8L 01-08 01 


SEP79 WN SER 1715A & BELOW.PREF PARTS REPL TO INCREASE REL OF Z AMPLIFIER, 
JUN8O WA SER 1715A © BELOW.MOD TO IMPR REL 

MAR8O WN SER 1715A & BELOW.PREF REPL FOR ASTIGMATISM POT 

AUSG1 WA SER 1715A & 1920A.MOD KIT THAT IMPROVES REL OF +158V PWR SUPPLY 
SEP81 WN SER 1920A FOR OPT C15.PREF REPL FOR A1 MOTHERBOARD 01304-93020 


APR82 WO ALL SER.DEFECTIVE COMPON ALERT 
APR81 01304-90907 JUN81. 01304-90807 = 8L 01 08 01 


APR81 01304-90908 JUN81 01304-90808" 8L 01 08 4 USE 1304A-C14 FICHE 01304-90813 
JANOO 01304-96913 SEP83 01304-90813 8L 01 08 O 


DEC81 01304-90911 JANB2 01304—-90814% BL 01 08 01 USE 1304A-C15 FICHE 01304-90814 
_ JANOO 01304-90914 SEP83 01304-90814 8L 01 08 01 


0CT81 01304-90912 DEC81 01304-90812 8L 01 08 01 


JANBO 
APR70 SER 955 & DOWN.REPLACEMENT OF CRT 
MAR72 WO SER 1148A00440 & DOWN.CRT PROTECTION CIRCUIT LOADING ERROR 
APR72 WO SER 1122A & DOWN.RED VERTICAL DRIFT & DC OFFSET 
DEC72 WO SER 1222A & DOWN.SWEEP GEN: HANGUP. 
APR73. WN SER 1303A © DOWN.NEW CRT GRATICULE. 
AUG73 WO SER 1315A & DOWN.ADDN OF HEAT SINKS ON X/Y. OUTPUT STAGE TRANSITORS 
SEP73 WN SER 1222A & DOWN.PREF REPL FOR AS, ASF1 & ASF4 


DEC74 Whi ALL SER.PREF REPL FOR A&Q3, A4Q4, A&Q9, & A4Q10 

JAN7S WO 1308A SER 1444A & DOWN.PREF REPL FOR HV OSCIL TRANSTR & REQ MOD IF HV OSCIL TRANSTR 
IS. REPL.SUPER 1300A-9/1308A-8/1309A-8 

AUG75 WO SER 1522A & DOWN.REC CIRCUIT CHANGES FOR IMPR INTENSITY STASYLITY 

JUL77 WN SER 0967A & BELOW.MOD KIT 5061-0853 FOR IMPROVED CRTS 

MAY78 WO ALL SER.REQUIRED MOD IF HIGH=-VOLTAGE OSCILLATOR IS REPLACED 


JANZ9 
APR70 SER 958 & -Seeushadiaied REPL FOR 1300A/A4C5 & .1309A/A6C5 
MAR69 WO FUSE CHANG 
JAN72 WO SER 915 10 F 4147400846. CRT. PROTECTION REOOETEE LOADING ERROR 
APR72.WO SER 1142 & DOWN.RED VERTICAL DRIFT & DC OFF 
 APR73 WN ALL SER.ERROR. IN MAMUAL CHANGE SHEETS 


. a one 
H/C H/C PART | FICHE FICHE PART M P D e 
DATE NUMBER 


DATE NUMB L V 
ikke DESCRIPTION kkk DESCRIPTION belated DESCRIPTION wkk DESCRIPTION kick DESCRIPTION Yolk 


AP273 WN SER 1252 & DOWN.NEW CRT GRATICULE 
AUG73 WO SER 1318A & DOWN.ADDN OF HEAT SINKS ON Tha OUTPUT STAGE TRANSTR 
SEP73 WN. SER 1252A & DOWN.PREF REPL FOR AQ, A9F1, & ASFS 


DEC74 WN ALL. SER. PREF REPL. FOR A4Q3, ASQ, AsQg, & A410 


JAN7S WO 1309 SER 1441A & DOWN.PREF REPL FOR HV REG ASSY © HV OSCIL TRANSTR & REQ MoD. TF HY 
Bite OSCIL IS REPL.SUPER 1300A-9/1308A-8/1309A-8 

AUG75 WO SER 1525A & DOWN.REC CIRCUIT CHANGES FOR IMPR INTENS3TY STABILITY 

APR77 WN SER 0956A & BELOW.MOD KIT 5061-0853 FOR IMPROVED C 


CrTS. 
‘MAY78 WO-ALL SER. REQUIRED MOD IF HIGH VOLTAGE OSCILLATOR Is REPLACED 
-'JUN71 5951-1195 «sR 73 5954-1196 &. D4 08 03 USE 1340a FTCHE SOSe<3440 


91/08/85 
MODEL. 
‘NUMBER 


141B/S/T 


1418 


141T 


410A 


wat 


4458 


11/08/85 
"MODEL 
NUMBER 


4A15A 
4415A-H08 


116A 


14204 


4418~1 


MAN CHI 


1415-11 


LT 


Cc. 


4415A-1; 
OPER & 


1416A-1 


OPER & 
MAN CHA 


CEDYW BA 


14/08/85 
MODEL 


| 1310A-C27 


1310A-003 


1310A-005 


11/08/85 
MODEL 
NUMBER 


1310A-005 


1310A-006..- 


 4310A-008 


LITERATURE 
TYRE” 


1309A-5 
1309A-6_ 
H82~1330A-3/ 
1308A-7/1309A-7 
1308A-9/1309A-9 


1300A-10/1308A~10/ 
= 1309A-10 
_ 1309A-11 


1309A-12 
1309A-13B 


“OPER & SERV MAN. 
OPER & SERV MAN 


--OPER-& SERV MAN 


OPER & SERV MAN 
MAN CHENeE 


MAN SUPP B- 
SERV NOTE SET BEL. 


1310A-1 


- 9310A-2 


“4310A-3°. 
1310A-4 
1310A-5 
1310A~6 


V310A-7A/1311A~7A 
1310A~88/1311A-88 


1310A9/1311A-9 


1310A-10/1311A-10 
 1310A-19/1311A~11 

1310A-12/1311A-12 

'1310A713/1311A-13/ 


1317A-1/1321A-1 


1310A-14/1311A-14/ 


1317A~2/1321A-2 


1310A-15/1311A-15/ 


saaga gr nee? 


aimee ee 
1310A~ 


1310-198 
1310A-20 
1310-21 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


_ MAN SUPP B 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 
MAN SUPP 8 


OPER & SERV MAN 


LITERATURE 
TYPE 


OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE 
MAN SUPP B 


. GPER & SERV MAN. 


OPER.& SERV MAN 


MAN CHANGE 


MAN SUPP. B 
OPER & ‘SERV MAN 


OPER & SERV MAN 


OFFER. a — MAN 


H/C. 
DATE 


a : - PAGE 43 
H/C. PART: FICHE FICHE PART M PD Pr 


NUMBER 


A NUMBER LTV 
wk DESCRIPTION *a% DESCRIPTION kik DESCRIPTION xk DESCRIPTION *** DESCRIPTION *** 


WN SER 1252 & DOWN.NEW CRT GRATICULE 
WO SER 1318A & DOWN.ADDN OF HEAT SINKS ON X/Y OUTPUT. STAGE TRANSTR 
WN SER 1252A & DOWN.PREF REPL FOR A9, A9F1, & AQFS& 


WN ALL SER.PREF REPL FOR A4Q3, A&Q4, A4Q9, & AAQI0 

WO 1309 SER 1441A & DOWN.PREF REPL FOR HV REG ASSY & HV OSCIL TRANSTR & REG MOD IF HV 
OSCIL IS REPL.SUPER 1300A-9/1308A~-8/1309A-8 

‘WO SER 1525A & DOWN.REC CIRCUIT CHANGES FOR IMPR INTENSETY STABILITY 

WN SER O958A & BELOW.MOD KIT 5061-0853 FOR IMPROVED CRTS 

WO ALL SER.REQUIRED MOD IF HIGH 


5951-1195 
5951-8723 
5951-8791 
5955-2418 

9 5955-2418 
LE45S 5955-2418 


AUG73 5951-1196 
JUN75 5951-8724 
JUL75 5951-8792 
MAY79 5955-2419 


VOLTAGE OSCILLATOR IS REPLACED | 


* 01 08 03 USE 1310A FICHE 5955-2419 

* 07:08 04 USE 1310A FICHE 5955-2419 

* 8L 01 08 03 USE 1310A. FICHE 5955-2419 
8L 01 08 03 


BACK~DATES TO ALL SERIALS. 


APR82 
SER 1148A & DOWN. INTERMITTENT OR FLICKERING DISPLAY INTENSITY 
SER 1148A00215. & DOWN. INSUFFICIENT HV 
SER 1148 & DOWN.PHOSPHOR PROTECTION CIRCH#iT REACTION TIME REDUCTION 
ALL. SER.SERVICE TOOL 
HV TRANSFORMER REPLACEMENT 
SER 1301A & DOWN.CORRECTION FOR DRIVE Saris 
1370A SER 1301A & DOWN. IMPR HV PWR. SUPPL 
1310A_SER 1406A & DOWN.MOD TO RED COUPLING BETWEEN 2-AXIS INPUT & X/Y INPUTS 
SER 1316A.PREF REPL FOR AS. 
ALL SER.STOCK NUMBERS. FOR ORDERING MASK -ASSY 
SER 1316A & DOWN. POSSIBILITY OF INSUFFICIENT GAIN RANGE way REPLA1U2 OR A3U2 


ALL SER.REPL PN FOR PWR INDICATOR LAM 


P & FRONT MASK ASS 


ALL SER.REC REPL: &/OR SPARE PRINTED CIRCUIT BOARD ASSY 
ALL SER.PREF REPL FOR CIRCUIT BOARDS & ASSEMBLIES 
) ALL SER.NOISE BAR IN DISPLAY 


SER 1520 & DOWN.REPL PN FOR A1U1 &/OR A3U1 

ALL SER.PWR TRANSF PN ERROR 

ALL SER.IMPR REL X-Y&Z AXIS AMPLIFIER 

SAFETY.SER 1812A01656 & BELOW.ELIM POT HZRD. 

SER 1921A.MOD TO IMPROVE REL OF 250V LOW VOLTAGE POWER SUPPLY 

ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN 


5951-8723 
595572418 
5955-2418 
5955-2418 


5951-1195 
5951-8723 
5955~2418 
5955-2418 
SEP76 5955-2418 


JUN71 59511195 


H/C. wy “PART BATE Roe 
tik DESCRIPTION kkk DESCRIPTION wkk DESCRIPTION kirk DESCRIPTION wee DESCRIPTION tek 


JUL74 5951-8723 
OCT76. 5955-2418 
APR79 5955-2418 
SEP76. 5955-2418 


' JUL7& 5951-8723 
- OCT76 5955-2418 
APR79 5955-2418. 
SEP76 5955-2418 


JUL74 5951-8723 


MAY75. 5951-8791. 
- -OCT76 5955-2618 


APO@70 ROGG.944R © 


JUN75 5951-8724 
MAY79 5955-2419 


AUG73 5951-1196 
JUN75 5951-8724 
MAY79 5955-2419 


AUG73..5951-1196 


‘* ~~ 01 08 04 USE 1310A-C27 FICHE 5955-2419 
8L 01 08 03 
NX. 


BACK-DATES TO ALL SERIALS 
01 08 03 USE 1310A-003 FICHE 5955-2417 
* 01 08 04 USE 1310A-003 FICHE 5955-2419 
8L 01 08 03 
BACK-DATES TO ALL SERIALS 


01 08 03 USE 1310A-005 FICHE 5955-2419 


os 


FICHE ges PART MP ' E 


JUN?5 5951-8724 
MAY79 5955-2419 


JUN75 5951-8724 
MAY79 5955-2419 


JUN7S 5951-8724 


JUL75.- 5951-8792 


* 01 08 04 USE 1310A-005 FICHE 5955-2419 
8L 01 08 03 Pot ey ; 


BACK=DATES TO ALL SERIALS 
+ / 0108 0 USE 1310A-006 FICHE 5955-2619 


BACK-DATES TO ALL SERIALS 


“® 01 08 04 USE 1310A-008 FICHE 5955-2419 _ 
-# BL 01 08 03 USE 1310A-008 FICHE 5955-2419 
MAY79 5955-2419 8L 01 08 03 a te 


11/08/85 
MODEL 
NUMBER 


T415A 


1415A-H08 
coc 


14204 


14210 


1421A-C40 
14224 


14232 


14244 


14254 


11/08/85 
MODEL 
NUMBER 


1425A 


BA 


AAZA/S. 


a) LIT 


~ 1415a-12 
OPER & S 


OPER & S 
MAN. CHAN 
SERV NOT 
1416A~1 


OPER '& S 
“MAN CHAN 
SERV NOT 
1420A-1 
1420A-2 
-‘V420A-3A 
1420A-4A 
‘CONT'D 
1420A-5A 
AA20A-6- 


OPER & S 
MAN. CHAN 
SERV. NOT 
T4271 A~1A 
1421A-2A 
© F421A93 
Tae Thnk 


CONT'D 
1421A-5 
_ MODIF SP 


OPER & S 
MAN CHAN 
OPER 2 S 
MAN CHAN 
- HAN CHAN 
SERV NOT 
142341 
CONT'D 
1423-2 
1423A~3A 


OPER & S 


TA24A5 


OPER & S 
MAN. CHAN 
SERV NOT 


0 LITE 
C a 


YA25a~1 

V425A-2 

Vh25a-3 

T425a~4. 
~ V425a55 


OPER & SE 
MAN CHANG 


. SERV NOTE 
VASA~1 
143Aa-2 
“443A-3 


Qh Bank: 


“11/08/85 
MODEL. 
» NUMBER 


7310A-005 


1310A-006 


1310A-008 


1310-009 


~4310a-057 


1310A-604 


1310A-607 


13104639 


1310A-905 


43108 


13108-003 
341A 


NUMBER 


13110 


"MAN SUPP B 


OPER & SERV MAN 


LITERATURE 
> TYPE 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 

MAN SUPP B.. 


—GPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 
MAN SUPP B 


OPER & SERV 
OPER & SERV 
OPER & SERV 
MAN CHANGE 
MAN SUPP B 


OPER & SERV 
OPER & SERV 
MAN CHANGE 


OPER & SERV 
OPER & SERV M 


OPER & SERV 
OPER & SERV 


MAN CHANGE 


MAN SUPP B 


OPER & SERV 
OPER & SERV 
OPER & SERV 
MAN CHANGE 
MAN SUPP B 


OPER & SERV 


OPER & SERV 
OPER & SERV 
MAN CHANGE 
MAN SUPP. B 


OPER & SERV 
MAN. CHANGE 
MAN SUPP B 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
13108-1 

-13138-2 


MOD SHEET 


OPER & SERV MAN 


* LITERATURE 
, TYPE 


OPER & SERV MAN 
OPER & SERV MAN 


MAN CHANGE 
MAN SUPP B 
SERV NOTE SET BELOW 


ABVIATT 
4311 A-2 


4311A-3 


4311 A4 


V3T1A-5 


~ YAOA~7A/131 10-78 


7310A-83/1311A-88 
1310A-9/1311A-9 
1310A-10/13114-10 


H/C H/C: PART 


DATE NUMBER 


JUL74 5951-8723 
OCT76 5955-2418 
APR79 5955-2418 
SEP76 5955-2418 


JUL74 5951-8723 
OCT76 5955-2418 
APR79: 5955-2418 
SEP76 5955-2418 


JUL74. 5951-8723 
MAY75. 5951-8791 
OCT76 5955-2418 
APR79 5955-2418 


. SEP76 5955-2418 


JUL74 5951-8723 
OCT76. 5955-2418 
APR79. 5955-2418 


- SEP76 5955-2418. 


JUL79 5955-5080 


5951-1195 
5951-8723 
5955-2418 
5955-2418 
5955-2418 


5951-1195 
5951-8723 

T76 5955-2418 
APR79 5955-2418 
SEP76 5955-2418 


JUN717. 5951-1195 
JSUL74 5951-8723 
OCT76 5955~2418 
APR79 5955-2418 
SEP76 5955-2418 


OCT76 5955-2418 
APR79..5955-2418 
SEP76 5955-2418 


OcT80 01310-90903 
NOV81 01310-90908 
DEC83 01310-90908 


NOV81 WN ALL SER APPLICATION OF HV GREASE TO PRE\ENT 
_ SEP82 WA ALL SER.ELPL BLUE STRIPE BD EXCHANGE PROG 


NOV81. 01310-90907 


-JUN71 5951-1195 


H/C. H/C PART 


DAT 


mm 


JUL74 5951-8723 
MAY?5 5951-8791 


» OCT76 5955-2418 


APR79 5955-2418 
SEP76 5955-2418 


FICHE 
E 


MAY79 5955-2419 


JUN75 5951-8724 
MAY79. 5955-2419 


~~ SUN7TS 5951-8724 


JUL75. 5951-8792 
MAY7T9. 5955-2419 


JUN75 5951-8724 
MAY79 5955-2419 


OCT79 5955-5081 


AUG73 5951-1196 
JUN75 5951-8724 


MAY79 5955-2419 


AUG73. 5951-1196 
JUN75 5951-8724 
MAY79 5955-2419 


AUG73. 5951-1196 
JSUN75 5951-8724 
MAY79 5955-2419 


MAY79 5955-2419 


FICHE PART M POD : ; 
DAT NUMBER L T.V 

wee DESCRIPTION **%. DESCRIPTION *** DESCRIPTION kkk DESCRIPTION weK DESCRIPTION ake 
JUN75 5951-8724 * 


01 08 04 USE 1310A-005 
8L 071 08 03 ; 


- BACK-DATES. TO 


1 08 04 USE 1310A-006 
08 03. 


BACK=DATES TO 
} 08 04 USE 1310-008 
08 03 USE 1310A-008 
08 03 
BACK-DATES TO 


USE 1310A-009 


BACK-DATES TO 


USE 1310A-604 
USE 1310A-604 
BACK~DATES. TO 
USE 1310A-607 
: USE 1310A-607 
BACK~DATES TO 


USE .1310A*639 
USE 1310A-639 


BACK=DATES TO 


8L 01: 
BACK-DATES TO 


FICHE 5955-2419 oe 


ALL SERIALS 


FICHE 5955-2419 


ALL SERIALS 


FICHE 5955-2419 
FICHE 5955-2419 


ALL SERIALS 
FICHE 5955-2419 


ALL SERIALS 


FICHE 5955-2419 


FICHE 5955-2419 
ALL. SERIALS 

FICHE 5955~2419 
FICHE 5955-2419 
ALL SERIALS 

FICHE 5955~2419 
FICHE 5955-2419 


ALL SERIALS 


ALL. SERIALS 


NOV81 01310~90803* 81 01 08 03 USE 1310B FICHE 01310-90808 
MAR84 01310-90808 8L 01 08 03 


JAN83 


FEB82 01310-90807 8L 01 08 01 
01 08 03 USE 1311A FICHE 5955-2419 


AUG73 5951-1196. * 


FICHE 


MAY?9 5955-2419 


“FEB73 WN ALL SER.HV TRANSF REPL 


FICHE PART M P p P 
NUMBER DATE NUMBER 

tet DESCRIPTION *## DESCRIPTION *te DESCRIFTSON kkk DESCRIPTION tet: DESCRIPTION tik 
--§JUN75 5951-8724 * 


01 08 04 USE 1311A FICHE 5955-2419 
JUL75 5951-8792 * 8L 01 08 03 USE ‘A311A FICHE 5955-2419 


8L 01 08 03 


BACK-DATES TO ALL SERIALS 


APR82 
MART2 WO SER 1148A t DOWN. INTERMITTENT OR FLICKERING DISPLAY INTENSITY | 
MAY72 WO SER 1148A00161 & DOWN. INSUFFICIENT H 
SEP72-WO-SER 17148 & DOWN. PHOSPHOR PROTECTION trrcurt REACTION TIME REDUCTION: : 
OCT72 WN ALL. SER.SERV TOOL=EXTENDER. CABLE FOR A12.& A14 


JUN7@-WN 13174 SER-1236A & DOWN. IMPR HV PHR SUPPLY _ ; 

SEETG WN SER 94052 % DOWN. MOD ae RED CS OLING ‘BETWEEN 2-AXIS INPUT & x/¥ INPUTS 
OL773 WN SER. 4336S. PREF REPL FOR AS. 

OCTN3 BHOALL SED.SSTOCK. NUMBERS FOR ORDERING mask ‘ASSEMRE TES” 


PAGE 44. 


ARCING/BRKDOWN OF POST ACCELERATOR CONN 


PAGE 45 


91/08/85... 
MODEL =... 0 
NUMBER C 


14250 


143A 


143A/5 


4143S 
1430A 


44308 
1430C — 
14310 


432A 
145338. 
145348 
145430 
145508 


- 145508 


14570A 
14700A 


14703A 
TA7O4A 


11/08/85 
MODEL 
NUMBER 


147046 
14704C 
147174 


AA71BA 
A751 


147524 
150A 


LITER 
TY 


1425A-1 
{h25A-2 
1425A-3 
1425-4 
1425A-5 


OPER & SER 
MAN: CHANGE 


SERV NOTE 


“1438-2 


“OPER & SER 
MAN. CHANGE 


OPER & SER 


SERV NOTE 
-VA30A-1 


OPER & SER 
OPER & SER 


OPER & SER 


SERV NOTE 
1431A-1 


OPFR & SER 
OPER & SER 
OPER & SER 
OPER & SER 


DRIVER PRO 
MAN CHANGE 


OPER & SER 
MAN CHANGE 


_ OPER & SER 


SERV NOTE 
6942A~1 


INSTALL MA 
INSTALL NO 


LITERA 
TYF 


INSTALL NOT 
INSTALL NOT 
INSTALL NOT 
INSTALL NOT 
SERV NOTE 


14751 A-1 


PROG REFER 


OPER & SERY 
SERV NOTE §¢ 


1/06 785 
NUMBER 


1311A 


“1311 A-C27 


} 1311-003. 


1311A-005 


1311A~006 


1311A-008 


) LITERATURE 
C Jou TYPE 


OPER & SERY MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 

MAN SUPP 8 

SERV NOTE SET BELOW 
137 1A-17 © : 


“5 
4310A-7A/1311A-7A 
1310A-82/1311A~8B 
1310A-9/1311A-9 
1310A-10/1317A-10 
4310A~11/1311A-11 
BE aS ag 
124GA-13/1311A=13/ 
“A31FA-1/1321 1 
4310A~14/1311A~14/ 
131 7A~2/1321A-2 


*, 1340A-15/1311A-15/ 


V317A~3/1321A-3 


VST 1A-16 


1311A-17. : 
1340A-17/1311A-18 
311A~19 


-93ATA-21 


OPER & SERV MAN 
OPER & SERV MAN 
MAN. CHANGE 
MAN. SUPP'® 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 
MAN SUPP 6 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV: MAN 
MAN CHANGE 
MAN. SUPP B- 


OPER & SERV MAN 
OPER @ SERV MAN 
MAK CHANGE 
MAN: SUPP. 6 


OPER & SERV MAN 
OPER & SERY MAN 


“H/C. H/C PART 
DATE NUMBER 


DATE UMBER oL TV coe 
‘sick DESCRIPTION *&* DESCRIPTION *** “DESCRIFTION kee DESCRIPTION ** DESCRIPTION *ee 


JUL74 5951-8723 
MAY75 5951-8791 
OCT76 5955-2418 
APR79 5955-2418 | 
SEP76 5955-2418 


FICHE FICHE PART MPD. P 


JUN75 5951-8724 
MAY79 5955-2419 


*- 01 08-04 USE 1311A FICHE 5955-2419 
JUL75 5951-8792 © * 8L 01 08 03 USE 1311A FICHE 5955-2419 


BL 01 


08 03 
BACK-DATES TO 


ALL SERIALS 


MAR72 


AUG74S 
JANTS 


 JUL75 


JUL7S 


» AUGZS 


FEB?7 


OCT?7 


AUG78 
ocTso 
NOV81 


JUL?4 
OCT76 


APR6B2 
WO SER 1148, t DOWN. INTERMITTENT OR FLICKERING DISPLAY INTENSITY. 
WO SER 1148A00161 & DOWN. INSUFFICIENT HV 


- WO SER 1148 & DOWN. PHOSPHOR PROTECTION CIRCUIT Geen TIME REDUCTION 


WN ALL ‘SER.SERV TOOL~EXTENDER CABLE FOR A12 & 

WN ALL SER.HV TRANSF REPL 

WN 13114 SER 1238A & DOWN. IMPR i | 2WR SUPPLY 

WN SER 742354 % DOWN.MOD TO RED CUUPLING BETWEEN 2~AXIS INPUT & XY INPUTS : 
HR SER 3S76s..PREF REPL FOR AS. 

WH ALL SER.STOCK NUMBERS FOR ORDERING MASK ASSEMBLIES 


3 WG SE" IS16A & DOWN.POSSIBILITY OF INSUFFICIENT GAIN RANGE AFTER REPL A1U2 OR A3U2-— 


Wi ALL SERsREPL PN FOR PWR INDICATOR LAMP & FRONT MASK ASSEMBLIES 
WN. ALL. SER. REC REPL &/OR SPARE PRYNTED CIRCUIT BOARD ASSEMBLIES 


ALL SER. PREF REPL FOR CIRCUIT BOARDS & ASSEMBLIES 
WO ALL SER. NOISE BAR IN DISPLAY 


WO SER 1449A & DOWN.PREF REPL FOR A1U1 &/GR A3U1 
"NOT AVAILABLE 
WA ALL SER.PWR TRANSFORMER PART NO.ERROR 
WN ALL SER.IMPR REL X-Y&Z AXZS AMPLIFIER | 
WO SAFETY.SER 1552A07477 & BELOW.ELIM POT HZRD. 
WA SER PFX 1915A ONLY.NEW RFI SUPP CAP A11C8 T9 IMPR REL OF 250V LO VLTG PWR SUPPLY 


WN-ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN _ 


5951-8723 


JUN75 5951-8724. * 01 08 G4 USE 1311 A-C27 FICHE 5955-2419 
5955-2418 


MAY79 5955-2419 8L 01.98 03 


APR79. 5955-2418 
SEP76 5955-2418 


JUN71 59511195 
JUL74. 5951-8723 
OCT?76 5955-2418 
APR79 5955-2418 
SEP76 5955-2418 


JUN71 5951°1195 
JUL74 5951-8723 
OCT76 5955-2418 
APR79 5955-2418 
SEP76 5955-2418 


JUL74 5951-8723 
OCT76 5955-2418 
APR?79 5955-2418 
SEP76 5955-2418 


‘JUL74 5951-8723 
HAY7S 5951-8794 


BACK=DATES. TO 


ALL SERIALS 


AUG73. 5951-1196 * 01 08 03 USE 1317A-003 FICHE 5955-2419 
JUN75 5951-8724 * 01 08 04 USE 1371A-003. FICHE 5955-2419 
MAY79 5955-2419 = &L 01 08 03 


BACK-DATES TO 


ALL. SERIALS 


AUG73 5951-1196 * 01 08 03 USE 1311A-005 FICHE 5955-2419 
JUN75 5951-8724 * 01 08 04 USE 1311A-005 FICHE 5955-2419 
MAY79 5955-2419 8L 01 08 03 


JUN75 5951-8724 


MAY79. 5955-2419 


JUN75 5951-8724 
SUL75. 5951-8792 


0 
8L 01 


BACK=DATES TO 


1 08 04 USE 1311A-006 


BACK~DATES TO 


1 08 04 USE 1311A-008 


08 03 USE 1311A-008 


ALL SERIALS 
FICHE 5955-2419 


ALL. SERIALS 


FICHE 5955-2419 


FICHE 5955-2419 


11/08/85 
MODEL. 
. NUMBER 


147046 


14704C. 
AATITA 


147184 
14751A 


147520 _ 
“450A 


450AR 
451A 
1518 


15105A 


15119€ 


45144A 


15179A 
152A 


15254A 
15263A 


153A 


154A 


» LITERAT 
oe TYPE 


INSTALL NOTE 
INSTALL NOTE 
INSTALL NOTE 


.. INSTALL, NOTE 
_ SERV NOTE SE 


T4751A-1 
PROG REFER KM. 


OPER & SERY | 
SERV NOTE SE 
150A~1.° 
150A-2 
150a-3 
150A~4 


“T50A=5 


1S50A-6 


-150A-7 


150A~8 
150A-98 
150A-148 


516 


OPER & SERV 


OPER & SERV | 
MAN CHANGE 


OPER..&@ SERV 
MAN CHANGE © 


SERV NOTE SE 


45105A-6-1 


OPER & SERV | 


_ SERV NOTE SE 


ISTA1A~1A 
INSTALL INST 


“SERV NOTE SE 
52-1 


OPER & SERV | 
OPER & SERV | 
OPER & SERV | 
OPER & SERV | 


| f '] 2 ot mm. i 
| es | | ee a EE EER 8 | 
oe ee | es | He ane | oe 
ree ce ||| ce ee or ce | 
: ft © Some a ee a ] 
a he de FE Ea toe | 
er | mam o6 8 "nr oN OM ahs 


--41708/8 
MODEL 


PAGE 31 47/08/85. ; seat ES ’ PAGE 46 
MODEL 0  LITERATURE. -.. - H/C H/C PART FICHE FICHE PART MP $ P 
NUMBER c TYPE DATE NUMBER DATE NUMBER iT 6 NUMBE 
SCRIPTION. #4 ae eke DESCRIPTION *** DESCRIPTION *** DESCRIP TION kek DESCRIPTION ke DESCRIPTION #** 
:9311A-008 OPER & SERV MAN OCT76. 5955-2418 HAY79: 5955-2419 8L 01.08 03 154A. 
MAN -CHANGE AERTS 5955-2418 Sey te oy it eee 

‘MAN SUPP. B : EP76 5955~2418 ~ BACK-DATES TO ALL SERIALS {54138 

1371A-009 OPER & SERV MAN. JUL74 5951-8723 © JUN7S 5951-8724 * 01 08 04 USE. 1311A-909 FICHE 5955-2419 “T5414A 
mae. OPER & SERV MAN OCT76 5955-2418 MAY79 5955-2419 8L 01 08 03 = 
| MAN CHANGE APR79 5955-2418 . ae, 

MAN. SUPP 8 SEP76 5955-2418 : BACK-DATES TO ALL SERIALS~ 454244 
1311A-057. «ss OPER & SERV MAN MOD JUL79 5955~5080 OCcT?79 5955-5081 8L 01 08 01 Peren 
713711A-604 OPER & SERV MAN JUN77 5951-1195. AUG73 5951-1196. x 01 98 03 USE 1311A-504 FICHE 5955-2419 

OPER & SERV. MAM JUL74 5951-8723 JUN75S 5951-8726  * 07 08 O4 USE 1311A-604 FICHE 5955-2419 155A 

OPER. & SERV MAN OCT76 5955-2418 MAY79. 5955-2419 8L. 01 08.03 : 

MAN CHANGE APR79. 5955-2418 

MAN. SUPP B SEP76 5955-2418 BACK-DATES TO ALL SERIALS 
1311A-607 OPER & SERV MAN JUN71. 5951-1195 AUG73. 5951-1196. * 01 08 O03 USE 1311A-607 FICHE 5955-2479 Bre ee 

OPER & SERV MAN JUL74 5951-8723 JUN75 5951-8724. * 01 08 04 USE 1311A-607 FICHE 5955-2419 15504 

OPER. & SERV MAN OCT76 5955-2418 MAY79 5955-2419 8L 01 08 03 : ae 

MAN CHANGE APR79 5955-2418 : 

MAN SUPP 6 “SEP76 5955-2418 BACK=DATES TO ALL SERTALS TERRA 
1311A~639 OPER & SERV MAN JUN71 5951-1195. AUG73 5951-1196 °“* 01 08 03 WSE 1311A-639 FICHE 5955-2419 

OPER & SERV MAN JUL74 5951-8723 JUN7S 5951-8724 * 01 C8 04 USE 1311A-639 FICHE 5955-2419 15507A 

OPER & SERV MAN OCT76. 5955-2418 MAY79 5955-2619 8L. 01 08 03 

MAN CHANGE. APR79 5955-2418 455088. 

MAN SUFP 8 SEP76 5955-2418 BACK-DATES TO ALL SERIALS 
1311A-905 OPER & SERV MAN OCT76 5955-2418 MAY79 5955-2419 8L 01 08 03 15508¢ 
’ MAN CHANGE APR79 5955-2418 

: MAN SUPP B SEP76 5955-2418 BACK=DATES TO ALL SERIALS 75509A 
43118 -.' OPER & SERV MAN FEG80 01311-90907 APR8O 04511-90807* 8L 01 08 03 USE 1311B FICHE 01311-90812 155098 

OPER & SERV MAN SEP80. 01311-90912 MAR83 01311-90812* 8L 01 08 03 USE 1311B FICHE 01311-90829 “ey 

OPER & SERV MAN NOV83 01311-90920 FE584 01311-90820. 8L 01 08 03 45510A 

SERV NOTE SET BELOW JAN8S 

1311B-1A-S AUG8O WN SAFETY.ALL SEI. X-RAY EMISSION HAZARD WHEN SERVICING HV PWR SUPPLY BD 15514A 

“4311 B=1 JUL80 WA SER 1943A. IMPROVED ‘REL OF 250V LO VLTG POWER SUPPLY 

1311B-2 ~. JUL81 WACALE SER.NOTIF. TO. CHECK ALL 1311B DISPLAYS FOR GREASE IN LEAD CONNECTOR. 155158 

13118-3 JULB1 WO MOD TO PREVENT ARCING POST ACCEL LEAD IN HE HUMIDITY OP CONDITIONS. 

13118-4 JUL81 WO ALL. SER.MOD TO IMPR REL OF THE A6é FOCUS B 45516A 

13118-5 NOV81 WH ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN Of POST ACCELERATOR CONN 

3118-6 ~ > SEPB2 WA ALL SER.ELPL BLUE STRIPE 9D EXCHANGE PROG 15517A 
43118-003 MOD SHEET .. = NOV81 01310-90907 FEB82 01310-90807 8L 01 08 01 45518A 
317A OPER & SERV MAN -JAN77. 01317-90905 NOVE1: 01317-90805. 8L 01 08 02 “155188 

MAN CHANGE _ OCTET 01347-90905 : 

SERV NOTE SET SELOW APR8B20 15548C 

TSO Sati anh S/ JAN7S WN ALL SER. REC REPL &/OR SPARE PRINTED CIRCUIT BOARD ASSEMBLIES : 

4377A91/1321 : : ; 155194 

PRE EO JUL75 ALL SER.PREF REQ FOR CIRCUIT BOARDS & ASSEMBLIES , 


15520A 
Boe ee JUL75 wo ALL SER.NOISE BAR IN DISPLAY 


+ PAGE 32 op ATMS BES IR DO Rag Se Ee Das ee oe ee a aes cb Pe 
: Eee MODEL. “O.. LITERATIIBRE - u/er Ws: DABT °° cetTfruc fCTPUC DAD T we AR : ae : iy : canner 


a = a a toe TI Pa, ee eee Ee ee ey ee ee ee 


13118-4 JUL81 WO ALL SER.MOD TO IMPR REL OF THE AG FOCUS 8D. {5516A 


1311B-5 NOV81 WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN Of POST ACCELERATOR CONN 
: = 13118-6 ie SEP82 WA ALL SER.ELPL BLUE STRIPE SD EXCHANGE PROG : a 1SS17A_ 
43118-0003. «ss MOD SHEET — ‘NOV81 01310-90907 _ FERB2 01310-90807 8L 01 08 01 é Bea oy 15518A 
317A o> OPER & SERV MAN... JAN77.01317-90905.. _ NOV81 01317-90805 8L 01 08 02 Paes ie ve Gee 155188 
MAN CHANGE OcT&1 01317-90905 ! . 
SERV NOTE SET BELOW APR82 oe 15518C. 
1310A-13/1311A+13/ © JAN7S: WN ALL SER. REC REPL R/OR SPARE PRINTED CIRCUIT BOARD: ASSEMBLIES : ; a 
1317A-1/1321A-1 ; 15519A 
THATS UIST Ar34/ JUL7?5 ALL ‘SER-PREF RE. FOR CIRCUIT BOARDS & ASSEMBLIES. . 


~FB17A-2/1321A-2 . ee - | 15520a 
ABIOANTS/TSTTACS/ JUL75. WO ALL -SER.NOISE BAR- IN DISPLAY ; wes ; : ; oF 


PAGE 320 11/08/85 po ee ee ne cree RAGE Bar 11/08/85 
fone O - . -LITERATURE H/C H/C PART FICHE FICHE PART M PD Bs oe MODEL 
' NOPEER ee TYPE ' DATE NUMBER DATE NUMBER oL T OV NUNBE! 
CRIPTION tite pans i ke DESCRIPTION kick DESCRIPTION. xx* DESCRIPTSON wk DESCRIPTION seat “DESCRIPTION tick . io 
(317A 1317A-3/1321A-3 ae . ee ee 
- VBI17A-4 | AUG75 WO SER 1510A & DOWN.REPL PN’ FOR A1U1-&/0R A3U1. a eres 15520 
TBipacs OCT77 WN ALL SER.IMPR REL X-Y&Z AXIS AMPLIFIER te . oS wee 
1317A-6-S | AUG78 WO SAFETY.SER 1649A00600 & BELOW.ELIM POT HZRD. Ee tae ee : q5521A 
1317A-7 -MAR81 WA SER 1916A.MOD TO IMPROVE REL OF 250V LOW VOLTAGE POWER SUPPLY ane ee 
oe 4317A-8 NOV61 Wit ALL SER APPLICATION OF MV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN : {155218 
1317A-005 —«sOPER @ SERV MAN JAN77 01317-90905 “NOV81 01317-90805  8L 01 08 02 . ae | 45522A° 
MAN CHANGE OCT81 01317-90905 : oe ee 
1317-006 OPER & SERV MAN JAN77 01317-90905 NOV81 01317-90805 8L 01 08 02 : ge oS) ean 
106 “MAND CHANGE OCT81 01317-90905 i : : - 1455244 
1317A-008 OPER & SERV MAN JAN77 01317-90905 —--« NOV81 01317-90805 8L 01 08 02 
: MAN. CHANGE OCT81 01317-90905 frac 
4317A-050 OPER & SERV MAN JAN77. 01317-90903 NOV81. 01317-90805 8L 01 08 02 ‘ 
. ; MAN CHANGE OCT81 01317-90905 | oe ae 
009 9317-051 OPER & SERV MAN JAN77. 01347-90905. --—« NOV81 01317-90805 8L 01 08 02. TT 955268 
He MAN. CHANGE OCT81 01317-90905 
009 1317A-052 OPER & SERV MAN JAN77. 01317-90905 NOV81 01317-90805 8L 01 08 02 : ; 
: MAN CHANGE -* OCT81 01317-90905 1 asssn 
{| 1317A-053 OPER & SERV MAN JAN77 01317-90905 NOV81 01317-90805 . 8L 01 08 02 we te a eae 
H MAN CHANGE OCT81 01317=96905 : 15533A 
- 1317A-054 OPER & SERV MAN JAN77 01317-90905 NOV81 01317-90805. 8L 01 08 02 ; 155338 
MAN CHANGE OCT81 01317-90905 - nsssie 
1317A-055 OPER & SERV MAN JAN77 01317-90905 NOV81 01317-50805 BL 01 08 02 ea 
MAN CHANGE 0CT81 01317-90905 so a 15549A 
1317A-057. Ss OPER & SERV MAN MOD JUL79 5955-5080 OCT79 5955-5081. 8L 01 08 01 a 7 
: 131 7A-604 OPER & SERV MAN JAN77_: 01317-90905 NOV81 01317-90805. 8L 01 08 02 ae 
; MAN CHANGE ocT81 01317-90905. yecene 
1317A~607. OPER. & SERV MAN JAN77 01317-90905 NOV81 01317-90805 8L 01 08 02 : Pee a oy 
MAN CHANGE = OCT81 01317-90905 = ; 2 | 155700 
1317A-639. ss OPER & SERV MAN JAN77 01317-90905. ss NOV81_01317-90805. 8L 010802. | wee “| 15575 
MAN. CHANGE OcT81 01317-90905 oe ; - 
1317-905 OPER & SERV MAN JAN77 01317-90905 NOV81 01317-90805 8L 01 08 02 ee | 1 155758 
; : MAN CHANGE OCT81. 01317-90905 
13178 OPER & SERV MAN. FEB82_ 01317-90910 MAR83 01317-90810* 8L 01°08 03 USE 13178 SICHE 01317-90812 — a 15575¢. 
: OPER & SERV MAN = AUGB3._: 01317-90912 MAR84 01317-90812 8L 01 08 03 eae 
~ MAN CHANGE NOV83. 01347-90912 . es 
SERV NOTE SET BELOW YANG3. : 455750 
1317B=1 NOVB1 WN ALL SER APPLICATION OF Hv GREASE TO PREVENT ARCING/BRKOOWN OF POST ACCELERAT OR CONN : 
-1317B-2 SEP82 WA ALL SER.ELPL BLUE STRIPE BD EXCHANGE PROG . ; Weeee 


{is0R/NS ee EE ens ae Pe : eC c pape 4 | 91708785 
MODEL - 0 LITERATURE fC. H/C PART FICHE = FICHE PART <1 Po DP as oe ee ee MODEL. 
NUMRER c TYPE : Cate MiiMAED Na re! - - hi Meee ee ey ees : : : : ; ai mento 


PAGE 33 


RIPTION ee 


PAGE 34 


IPTION #% 


SILLANCOF 


1317A-905 


13178 


11/08/85 
MODEL 
NUMBER 


32a 


321A 


1321-057 
13218 


1330 


13304 


- $331k | 


1331A-H12 


11/08/85 
“MODEL 
NUMER 


QPCR & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 


“MAN CHANGE 


OPER & SERV MAN. 


Io 7 


~ OPER & SERV MAN 
MAN C 


‘OPER & SERV MAN 
MAN. CHANGE 


N 
SERV_NOTE SET BeLow 
131781 es N 
13178-2 


LITERATURE 
TYPE 


HANGE 
SERV NOTE SET BELOW 
132A-'i 


132A-2 
132A-3 


132a-4 


OPER & SERV MAN 

MAN CHANGE 

SERV NOTE SET BELOW 

1310A-13/1311A-13/ 
1317A-1/1321A-1 

1310A-14/1311A-14/ 
sate varies 
1310A-15/1311A-15/ 
1317A-3/1321A-3 

1321A-4 

1321Aa-5 

1321A-6-S 


‘1321A-7 


1321A-8 
OPER & SERV MAN MOD 


OPER & SERV MAN 

MAN. CHANGE 

SERV NOTE SEY BELOW 
13218-1 

13218-2 


SERV NOTE SET BELOW 
peal 


H11=1208A=7/ © 
1330A-3/1331A/C~7 
15008~4 

H11-T208A A-8/ 
V330A=3/1331A/0-9 


OPER & SERV MAN 
MAN. CHANGE 
OPER & SERV MAN 
MAN CHANGE. 


OPER & SERV MAN. 
MAN CHANSE 

BACK WATING SUPP 
OPER. & SERV MAN 


"MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


BACK DATING SUPP 


LITERATURE 
TYPE 


he 


TE 


MAY68 


JAN70 
OCTé6 


~ MAY68 


JUL69 
SEP70 


FEB?77 
APR79 


JAN75 
JUL75 
JUL75 


JUL79 


DEC81 
DEC83 


NOV81 
SEP82 


JUL75 
MAY72 
DEC72 
MAY7A 


D 
SEP73 


-JUN74 
APR75 


MAY73 
DEC73 
SEP73 


€ UIST EFO9US 


1 01330-9090 


01331-90903 


_ NOV81 its et 08 02 
01317-90905 


01317-90905 
01317-90905 


01317-90910 
01317-90912 
01317-90912 


Nova1 01317-90805 SL 01 08 02 


wanes 01317-90810* aL 01 08 03 USE 13178 FICHE 01317-90812 
 MARS4 01317-90812 8L 01 08 03 


JANU3 


WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN 
WA ALL SER.ELPL BLUE STRIPE BD EXCHANGE PROG 


H/C. PART FICHE FICHE oud 7: PDP 
NUMBER 


. DATE NUMBER bo TeV Go 
eke DESCRIPTION *#* DESCRIPTION eke DESCRIPTION: xe% DESCRIPTION ee DESCRIPTION rk 


00132-90903 APR71 00132-90803 01 08 id 
00132-90903 


AY78 
SER. BELOW 610-0525. PROT FOR_LV SERIES REGULATOR. 
WO REPL FOR @621,0641,0661,+ Q681 
WO REPL FOR R578 
WO. SER BELOW 938-01335.REPL OF TRANSISTORS Q1 05,0201 + @205, 


01321-90903 MAY79. 07321-90803 8L 01 08 02 
01321-90903 ; 


 WPRE2 
WN ALL. SER.REC RETL &/OR SPARE PRINTED CIRCUIT BOARD ASSEMBLIES 
ALL. SER.PREF REPL FOR CIRCUIT BOARDS & ASSEMBLIES 
WO ALL SER.NOISE BAR IN DISPLAY 
WO SER 1525A & DOWN.REPL PN FOR A1U1-&/0R A3U1 
WN ALL SER.IMPR REL X-Y&Z AXIS AMPLIFIER 
WO SAFETY.SER 1646A00425 & BELOWELIM POT -HZRD. 
WA SER 1915A.MOD TO IMPROVE REL OF 250V LOW VOLTAGE POWER SUPPLY 
WN ALL SER APPLICATION OF HV GREASE TO. PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN 
5955-5080 OCT79 5955-5081 8L 01-08 01 


01321-90905 MAR84 01321-90805 8L 01 08 03 SEE TITLE PAGE FOR OPTIONS COvERED 
01321-90905 


JAN83 
WN ALL SER APPLICATION OF HV. GREASE TO PREVENT. ARCING/BRKDOWN OF POST ACCELERATOR CONN 


WA ALL SER.ELPL BLUE STRIPE BD EXCHAHSE PROG 


AY78 
WO SER 4340001260" & DOWN.PRE? COMPONENTS FOR IMPROVED RELIABILITY 
WO SER 1150A & DOWN.2-AXIS AMPLFR & CRT PROTECTION 
WN ALL SER.PREF REPL FOR HV OSCILLATOR Oe: 
WO SER 1340A & BELOW.PREF REPL FOR HV RECTIFIER DIODES 


WO SER 1340A & DOWN.PREF RESIST REPL ~ 

WN. ALL.SER.IMPR PWR TRANSTR CONNECTION METHOD 

OCT84 01330-90801. -8L 01 08 02 FOR SERIAL PFXES 120°. é FLOW 
GT84 01330-90802. 8L 01 08 02 FOR SERIAL PFXES 12%: = §0VE 


01330-90901 
01330-90902 
G1330-99902 


01331-90903 
01331-90903 
01331-90903 
01331-90906 
01331-90906 


CCT84& 01331-90803 BL 01 08 02 FoR: SERIAL PFXES 13194. & BELOW. 
JUN75 01331-90806. 8L 01 08 03 FOR SERIAL PFXES 1424A & ABOVE 


MAY74 01331-90803 8L 01 08 03 FOR SERIAL PFXES 13198 & BELOW 
01331-90903 pane 7 
01331-90903 


H/C PAR PART FICHE ‘FICHE PART MP . e 


ATE. NUMBER LOT 
hk DESCRIPTION “kite DESCRIPTION wee DESCRYPY SON kek DESCRIPTION kkk DESCRIPTION tik 


PAGE 48. 
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15575A 
155758 
“15575¢ 


4155750 


$SSTSE 


41/08/85. 
MODEL 


NUMBER 
15575E 
15S75F_ 


455756 


15575H 


15578A 
15578A-0t 
415578a-0( 
15578A-0 


: 15578A-06 


155788 


155788-0¢ 


455788-0¢ 


15578B-0C 


155788-0 


155804 

155804-0¢ 
15580A-0C 
15580A-0C 
155804-0C 


VS580A-00 


| 455814 


1908/85 
MODEL 
NUMBER 


Pe ee ee eee, ¢ Ae eee, ‘FEB75 1330-9 $ 902 Meh eeye Vb Peeve Se YI UO Ve EVR BERSAL FPA fe eed 2 Be WE 
| MAN CHANGE. FEB75 Ui n] ees | jsee0a-00! 
- 4331A OPER & SERV MAN MAY73 01331-90903 CCT84 01331-90803 8L 01 O8 O2 FOR SERIAL PFXES 1319A & SELOW . 
_. MAN CHANSE DEC73. 01331-90903 
BACK DATING SUPP SEP73.01331-90903 Petit es Tab : tas os of 195580400 
OPER & SERV MAN JUNTA 01331-90906 JUN75 01331-90806 8L 01 08 03 FOR SERIAL PFXES 1424A & ABOVE 
ae MAN CHANGE APR7S 01331-90906 | : 155804-00 
1331 A~H12 OPER . SERV MAN MAY73 01331-90903 MAY74 01331-90803 8L 01 08 O03 FOR SERIAL PFXES 1319A & BELOW — 
is “MAN DEC73 01331-90903 ae 
BACK DATING SUPP SEP73. 01331-90903, 15581A 
a eae el | ‘ 1 , . : : ’ 
‘PAGE. 34 11/08/85 Boe on fee PAGE 49 11/08/85 
. Tae | MODEL io LITERATURE = H/C. ——S*WH/C.-:~ PART FICHE FICHE PART M P OD P “MODEL 
NUMBER c TYPE DATE NUMBER DATE MBER of. TV NUMBER 
IPTION kae . sick DESCRIPTION #** DESCRIPTION tek DESCRIPTION tte DESCRIPTION ti DESCRIPTION #ee 
1331 A/C/E SERV NOTE SET BELOW MAY78 -155814-001 
oo ABBTALC/E=1 FEB71 WO SER 958. 10D TO PREVENT FAILURE OF FILTER CAPACITOR ASC2 ha 
331C-1 MAY72 WN ALL SER.SERVICE TOOL . 15581A-002 
1331A/C-2 MAY72 WO SER 1149A & DOWN.2-AXIS AMPLF & CRT PROTECTION Es 
1331¢-3 OCT?4 WO SER 1426A & DOWN.MOD TO PREVENT INTERMITTENT ERASING. SUPER 1331C-2. 15581A-003 
H11-1208A-6/ JAN74 WN ALL SER. TIPS FOR RECOG & IDENT STORAGE CRT SYMPTOMS Pee 
1331A/C-4 15581A-004 
1331A/C-5 MAR74 WO ALL SER.MOD TO IMPR REL OF COLLIMATOR CONNECTION ae ; 
1331A/C-6 MAR74 WO ALL SER.BRIGHT FLASH AFT ERASING &/OR HV OSCIL DOUBLE-MODING. SUPER 1331A/C-3 15581A-005 
H11-1208A-7/, MAY74 WO 1331A SER 1319A & DOWN.1331C SER 1318A & DOWN.PREF REPL FOR HV RECT DIODES 
1330A~3/13314/C~7 155818 
13351A/C MAY74 WO 1331A SER 1319A © DOWN.1331C SER 1318A & DOWN.PREF RESIST REPL. ae oy 
NI NZ08A-8/ jexs JUN74 WN ALL SER. IMPR. PWR TRANSTR CONNECTION METHOD 155818-601 
A~ A/cm 
1331A/C-10 AUG74 WN. 1331 SER 1424A & DOWN.1331C. SER 1426A.& DOWN.NEW INSTRUMENT CONFIGURATION 155818-002 
1331A/C=11 OCT74 WA 1331A SER 1319A & DOWN.1331C SER 1318A & DOWN.ADDITION OF HEAT SINK ON A5Q41 a 
1331A/C=12A MAY75 WO 1331A SER 1424A TO 1513A.1331C SER 1503A & DOWN.INTERMITTENT ERASING. 155818-003 
1331A/C=13 DEC7A WN 1331A SER 1424A & DOWN.1331C SER 1426A & DOWN.MOD TO ADD PATTERN CORREC ADJUSTMENT ; 
1331A/C-14 DEC74 WO ALL SER. INTERMITTENT BLOWING OF +50 VFUSE 155818-004 
1331A/C~15 MAR7S WO SER 1424A TO 1503A.GREEN BACKGROUND REMAINING ON SCREEN AFT ERASE IN MAX PERSISTANCE ce 
1331A/0-16 JUL75 WO 1331A SER 1319A & DOWN.1331C SER 1318A & BELOW.PREF COMPON FOR IMPR RELIABILITY -15584B-005 
1331A/C-17 JUL75 WO 1331A SER 1424A TO 1513A.1331C SER 1426A TO 1520A.PREF COMPON FOR IMPROV RELIABILITY. ee) 
1331A/C-18 AUG75S WA 1331A SER 1426A TO 1520A.1331C SER 1024A TO 1513A.ELIM OF POTENTIAL SHOCK HAZZARD 155820 
1331A/C-19 JUN76 WO ALL SER.CHANGE FUSE F1 FROM 1 AMP TO .50 AMP FOR IMPR PROTECT OF +12.6V SUPPLY 
1331A/C-20 JUL76 WN 1331A 1135A & DOWN.1331C SER 1149A & DOWN.MOD KIT FOR CRT 45585 
A 
4331C OPER & SERV MAN MAY73 01331-90904 MAY74 01331-90804 01 08 03 FOR SERIAL PFXES 1318A & BELOW 
MAN CHANGE. JUN73 01331-90904 
BACK DATING SUPP  SEP73 01331-90904 15587A 
OPER & SERV MAN JUN74 01331-50907 JUN7S. 01331-90807 01 08 03 FOR SERIAL PFXES 1426A & ABOVE 
MAN. CHANGE DEC74 01331-90907 : : 
: : 15587A-001 
1331-016 OPER NOTE JUN74. 01331-90908 SEP74 01331-90808 01 08 01 
1332A OPER & SERV MAN JUL76 01332-90904 NOV77 01332-90804* 8L 01 08 02 USE 1332A FICHE 01332-90806 15587A~002 
Be OPER NOTE NOV77 01332-90905 JAN78 01332-90805 8L 01 08 0 
OPER & SERV MAN NOV77 01332-90906 FEBBO 01332-90806* 8L 01 08 02 USE 1332A FICHE 01332-90814 
OPER & SERV MAN MAR81 01332-90914 MAY83 01332-90814 8L 01 08 03 15587A-003 
MAN. CHANGE DEC82 01332-90914 
‘OPER & SERV MAN OCT&O 01332-90916 NOV80 01332-90816 8L 01 08 01 sai ; 
INSTALL INSTR OCT80 5955-8057 NOV80 5955-8058 * BL 01 08 01 USE 10380A/1A/2A FICHE 5957-3283 -15587A-004 
SERV NOTE SET BELOW JUL83 
1332a-18. AUG76 WA SER 1414A & DOWN.POS LACK OF SUFFICIENT RANGE OF INTENSITY LIMIT ADJ IF CRT REPL 
1332A-2 a JUN7S WO OPT 216.ALL SER.PREFERRED REPLACEMNTS ; 15587A-005 
1332A-30 APR83 WN SER 1945A & BELOW.MOD TO IMPROV DYNAMIC RNGE 
1332A-4 JUN76.. SUPERSEDED. BY 1332A-3A ; 
1332a-5 _. APR77-WO-ALL SER.JIMPR REL FOR Z-AXIS AMPLFR 15588A 
1332h-6——(iti=‘“S*t*S*S*SS PZ? WN ALL SER.IMPR REL X-YEZ AXIS AMPLIFIER a 
1332A-7 “DEC77 WN ALL SER.ELIM POT CRT DAMAGE . 
1332A-8 APR78 WO ALL SER.CRT REPL KITS 15588A-001 
1332A-98. NOV82 WO ALL SER.PREF REPL FOR AZR9O ASTIGMATISM POT : 
1332A-10 - JUL79 WO SER 16166800 & BELOW.REC PARTS REPL FOR CAPS A2C16,C17,C33, & (3h. 
1332A-11 ‘JUL79 WO SER 161646300 & BELOW.MOD TO IMPROVE +158V POWER SUPPLY STABILITY. 15588A~-002 
1332a-12 JUL8O WO SER 1949411824 TO 1949A13709..IMPR REL FOR +100V PWR SUPPLY 


PAGES oe fee | oes ee uo See ere ee ee eee eee eee ey) ee 
: 7 ; MODEL... : ; ; 


, O° LITERATURE H/C H/C. PART “FICHE. FICHE PART : z-D e pear © MODEL: 
ees OEE OSS NUMBER CC TYPE) o> DATE... NUMBER DATE NUMBER -T UV / op NUMBER 
PTION tee siete, Eh hy a Sag ek et elle DESCRIPTION wk DESCRIPTION ciel “DESCRIPTION wk DESCRIPTION kk Y DESCRIPTION kkk ae oe 


43354 as : Peery ed . : * BAUS 4. Lie) ATT. CE aber reatentl Ae 22 ‘eabawe FA. DRPUPLIe. KR AwEIA IRAUAALHE Ke RAKES | ck kAbs We Ck LS. 
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TION tk 


TRANSTR MOD 


IABILITY 


ECTION WHEN 


6 ON HV BRD 


2 


11/08/85 
MODEL 
43324 


-‘7332a-C35 


4332A-C39 


1332A-C50 


1332A-HO1 

1332A-X95 
13320-5541 

1333A 


1333A~X95 
1335A 


11/08/85 
‘MODEL 
NUMBER 


| 13350 _ 


NUMBER 


1332A-C52_ 


1333A-H18 


1332A-98 
1332A-10 
1332A-11 
T332a-12 


LITERATURE 
TYPE 


1332A-13 
1332A-14 
1332A-15 


~ (332A-16 


MOD SHEET 
MOD SHEET 


MOD S 


SHEET 
OPER & SERV MAN 
SERV NOTE SET BELOW 

-1332A/039 


OPER & SERV MAN 


SERV NOTE SET BELOW 


1332A/C50-1-S 
MOD. SHEET 
MCD SHEET. 


MOD SHEET 


MOD SHEET 
OPER.& SERV MAN 


see NOTE SET. BELOW 


333A~1 
1333A-2 
1333A-3A 
1333A-4 
1333A-5 
1333A-6 
1333A-7 
1333A-8 
Y333A-9 


MOD SHEET 
MOD SHEET 
OPER & SERV MAN 
MAN CHANGE 


OPER NOTE 
INSTALL. INSTR 


SERV NOTE SET BELOW 
1335A~1 Es 
q335A-70 


LITERATURE 
TYPE 


4335-8 
~ T335A-9_ 


APROS WN SER 1945A & BELOW.MOD TO IMPROV DYNAMIC RNGE 


~ JUN76 SUPERSEDED BY 1332A-3A 


APR77 WO ALL SER.IMPR REL FOR Z-AXIS AMPLFR. 
SEP77 WN ALL SER.IMPR REL X-YEZ AXIS AMPLIFIER 
DEC77 WN ALL SER.ELIM POT CRT. DAMAGE . 
APR78 WO ALL SER.CRT REPL KITS ; 
NOV82 {0 ALL SER.PREF REPL FOR AZR9Q ASTIGMATISM POT 

JUL79 WO SER 161645800 & BELOW.REC PARTS REPL FOR CAPS A2016,017,033, & C34. 
JUL79 WO SER 161646300 & BELOW.MOD TO IMPROVE +158V POWER SUPPLY STABILITY. 
JUL80 WO SEK 1949411824 TO TPSPRESLO, IMPR REL FOR +100V PWR SUPPLY 


H/C H/C. PART 


DATE NUMBER 


-NOV81 WN ALL SER APPLICATION OF HV reetans TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN 


FICHE FICHE PART " FD Pe 
DATE NUMBER TOVG 
‘hk DESCRIPTION xke DESCRIPTION ree DESCRIPTION *** DESCRIPTION **x - DESCRIPTION trie 


NOV81 WN ALL SER REPL PN FOR. “OTHER BOAR 
JUN82 AN ALL SER.MCD TO-IMPAOV. REL OF ae SUPPLIES 
JUNS2 WN ALL SER.CLARIFICA OF DSPLY BANDWDTH 


AUG81. 01332-90820* 8.01 ae a USE 1332A-C35 FICHE 01332-90822 


JUN81.01332-90920 
AUG81 01332-90922 


NOV79 01332-90908 
OCT80 01332-96916 


OCT81 01332-90822 


FEB8O 01332-90808 
NOV80 01332-90816 


8L 010 


8L 01 08 01 
8L 01 08:01 


APR82 
DEC81 WN ALL SER SERVICE ALERT TO PREVENT POSS LINE POT AFTER SERVICING 


OCT80 01332-90916 


NOV80 01332-90816 
APR82 


8L 01 03 01 


DEC81 WN ALL SER SERVICE ALERT TO PREVENT FOSS LINE POT AFTER’ SERVICING 


APR81 01332-90918 


AUG81 01332-90922 


NOV79 01332-90914 
DEC7® 01332-90910 
JUL76 01333-90903 


SEP81 01333-90903 
DEC77. 01333-90904 


MAY81 01332-90818 
OCT81 01332-90823 
DEC79 01332-90811 


8L 01.0801 
8L 01 08 01 
8L 01 08 01 


FEB80 01332-90810* 8L 01 08 01 USE 1332A FICHE 01332-90814 


OCT81 01333-90803 
JAN78 01333-90804 
APR83 


8L 01 08 02. 
8L 01 08 01 


APR77 WO ALL SER.IMPR REL FOR Z-AXIS AMPLFR 

SEP77 WN ALL SER.IMPR REL X-Y&Z AXIS AMPLIFIER 

NOV82.WO ALL SER.PREF REPL FOR A2R90 ASTIGMATISM POT 

JUL79 WO SER 1913A2400 & BELOW.REC PARTS REPL FOR CAPS A2C16,Ci7,C33, & C34. 
JUL79 WO SER 1533A2300 & BELOW.MOD TO IMPROVE +158V POWER SUPPLY STABILITY. 
AUG79 WO ALL SER.PREF PARTS REPL TO IMPROVE REL OF Z-AXIS AMPLIFIER 

JUL8O WO SER 1950A03516 TO 1950A03744.IMPR REL FOR +158V PWR SUPPLY 


NOV81 WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR. CONN 


NOV81 WN ALL SER REPL PN FOR MOTHER BOARDS 


MAR81 01333-90909 
NOV79. 01333-90905 


JUN76 01335-90905 
JUNB5. 01335-90905 
JUN?77 01335-90907 
OCT80 5955-8057 


MAY81. 01333-90809 
DEC79 01333-90805 
OCT85. 01335-90805 
DEC?7? 01335-90807 


NGV80 5955-8058. * 


8L 01 08 01 
8L 01 08 01 
8L 01 08 02 


8L 01 08 
8L 01 08 4 USE 10380A/1A/2A FICHE. 5957-3283 


JAN85 
SEP75 WO SER 1514A & DOWN,ALL OPTIONS INCLUDED.MOD TO THPR RELIABILITY 


APR77 WO ALL SER. IMPR STORAGE CIRCUITRY REL 

APR77 WO ALL. SER.IMPR REL FOR Z=AXIS AMPLFR 

SEP77 WN ALL SER.IMPR REL X-Y&Z AXIS AMPLIFIER 

-.. DEC82°WN ALL “SER.REC CRT CHANG TO IMPROVE PERF 

NOV82 WO ALL SER.PREF REPL FOR A2R90 ASTIGMATISM POT 

NOV82 WN. ALL SER. CRT UNIFORMITY /WRITING SPEED OPTIMIZATION ADI. 


H/C. H/C PART 


DATE 


FICHE 


PAGE: 31 
FICHE PART ” P D i 


NUMBER DATE -NUMBER tT. Vv 
whe DESCRIPTION kkk DESCRIPTION kik DESCRIPTION kkk DESCRIPTION rik DESCRIPTION ik 


sure Wo SER 151446300. & BELOW. REC PARTS REPL FOR CAPS A2C16,017,C33, & C34. 
JUL79- WO SER 151446000 & BELOW.MOD TO IMPROVE +158V POWER SUPPLY STABILITY. 


15588A 


15588A-001 


-15588A-002 


11/08/85 
MODEL 
NUMBER 


15588a-004 


--15588A-005 


15589A. > 
15590A 


15591A 
155924 
15593A 
15600A 


| 156018 


15602A 
156O3A 


» (5609A 
1580A 


160A 


1608 
- 1608~-HO2 


1600 


11/08/85 
MODE 
AREER 


46000 


wlohe Sw VV Ise VST WEOU 2FI7 OUIO *" Ch YI UO Ul Use 1UOOUAT TA/CA FLILRE SFO" e65 
SERV NOTE SET BELOW JANS 


1335A~1 SEP75 WO SER 1514A & DOWN,ALL OPTIONS INCLUDED.MOD ‘TO IMPR RELIABILITY 
1335A-2 APR?77 WO ALL SER-IMPR STORAGE CIRCUITRY REL 

4335A-3 APR77 WO ALL SER.IMPR REL: FOR. Z-AXIS AMPLFR 

133544. _- SEP7? WN-ALL SERJIMPR REL -X-Y&Z AXIS AMPLIFIER 

T335A-5A DEC82: WN ALL SER.REC CRT CHANG TO IMPROVE PERF. 

1335A-6A NOVS2 WO ALL SER.PREF REPL FOR A2R90 ASTIGMATISM POT 

1335A-7A NOVS82 WN ALL SER. CRT UNIFORMITY /WRITING SPEED OPTIMIZATION ADJ 


11/08/85 cs te | pee lle a PAGE 51 
MODEL 


11/08/85 
O _ LETERATURE H/C H/C PART FICHE FICHE PART HPD P MODEL 
NUMBER = C—t~*«ST YP DATE NUMBER _—ODATE NUMBER LT V NUMBER 
| tte DESCRIPTION 444 DESCRIPTION xe DESCRIPTION ke DESCRIPTION *#* DESCRIPTION tie coe 
1335A. 1335A-8 JUL79 WO SER 151446300 & BELOW.REC PARTS REPL FOR CAPS A2C16,C17,C33, & C34. 1600A 
1335A-9 JUL79 WO SER 1514A6000 & BELOW.MOD TO IMPROVE +158V POWER SUPPLY STABILITY. 
1335-10 AUG/9 WO ALL SER-PREF PARTS REPL TO IMPROVE REL OF Z-AXIS AMPLIFIER 
1335A~11A DEC82 WO ALL SER.STORAGE CRT APPEAR SPEC 
1335A~12 ULSD WO SER 1949A08866 TO 1949A09490.IMPR REL FOR +158V PR SUFPLY 
1335A~13A JAN83 WN ALL SERSREPL P/N FOR 1335A MOTHER B 
STR REPL 1335A-14 NOVE1 WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/ERKDOKN OF POST ACCELERATOR CONN 
ae 13350-15 JUN82 WN SER 1949A & ABOVE.CLARIFICA OF INTEN LIMIT ADJUST 
ITY 1335A~16A NOV81 WO SER 1949A & ABOVE.LINE SWTCH MOUNTG SCREWS CHANGED TO METRIC. 
TION WHEN 1335A-17 AUGB4 WN SER 2220A & BELOW.MOD TO. IMPR PERSISTANCE REL 
| 4335A-C20 MOD SHEET AUG85 01335-90921 OCT85 01335-90821 8L 01 08 01 SERIAL PFX 2517A 
1335A-HO1 MOD. SHEET - DECB1 01335-90916 = FEB82 01335-90816 8L 01 08 01 - 1600A-580 
1335A-H22 MOD. SHEET AUGBS 1335-90923 OC TES 01335-90823 8L 01 08 91 SERIAL PRX 2220A AND 2517A : 
1335A-X95 MOD SHEET = =. WOV79 01335-90908 —»DEC79 01335-90808 8L 01 08 91 
1336A SERV NOTE SET BELOW ocTs2 oS | | 16005A 
i 1336A~1A FEBB2 WN ALL SER.INSTRUCT FOR REMOVING & TETURNING 1336A CRT TO HP FOR WARR CREDIT iy a 
1336A-2 DEC81 WA ALL SER ARC PROTECTION KIT WH’: NEW CRT IS INSTALLED 16008A 
STR REPL’ 1336A-3 APR82 WO SER 1809 & BELOW.INTEN LIMIT CIR MOD : 
ee | 1336A-005 MOD SHEET FEB80 01336-90903  APR80 01336-90803 8L 01 08 01 
ici Nes 1336P SERV _NOTE SET BELOW ocT79 
1336P~1 JUL79 WA SER 1809A00650 & BELOW.MOD TO IMPROVE +250V POWER SUPPLY RELIABILITY. ‘1601A 
1336P-C06 = MOD SHEET APR81 01336-90906 - JUN81 01336-90806 8L 01 08 01 ‘dni 
| 1336P-c16 MOD SHEET SEP81 01336-90907  OCT81 01336-90807 8L 01 08 01 | 
1336S OPER & SERV MAN» SEP81-01336-90905  AUGB3 01336-90805 8L 01 08 03 FOR OPTIONS SEE TITLE PAGE 
MAN CHANGE DEC82 01336-90905 
13408 OPER & SERV MAN —DIEC77 01340-90901 «OC T81._-01340-90801* BL 01 08 02 USE 1340A FICHE 01340-90815 1602A 
pees OPER NOTE DEC77 01340-90902 —  JAN73 01340-90802 8L 01 08 01 ) 
OPER & SERV MAN JULBZ 01340-90975 AUGBS 01340-90815 8 01 08 02 
STR REP!, MAN CHANG UN85 01340-90915 16021A 
SERV NOTE SET BELOW JULB4 
ITY 4340-1 NOVE1 WN ALL SER APPLICATION OF HV GREASE TO PREVENT ARCING/BRKDOWN OF POST ACCELERATOR CONN -16022A 
CTION WHEN 1340-28 MARS4 WN ALL SER TO IMPR CRT X-Y DISPLAYS 
1340A-3 DECB1 WN ALL SER MOD TO IMPR -15V & -7.5V SUPPLY PERFORMANCE ane 
1340A-4 MAY82 WN ALL SER.PROPER INPUT ATTEN SETTING  & COMPENSA ADJ 16023A 
1340A~5 SEP82 WO ALL SER.MOD TO IMPR LVPS PERF 
1340A-6 MARS3 WN SER 2038A & BELOW.MOD TO IMPR X-Y /(MPF PERF 
1340A~7 APR84 WN SER 2038A & BELOW.NEW H.V.P.S. BD Sv'PPORT 160238 
1340A-COS MOD SHEET ss MAY81. 01340-90906 —- JUL81_01340-90806* BL 01 08 01 USE - 1840A=C05 FICHE 01360-90813 
MOD SHEET = ss JANOD 01340-90913 - SEP83 01340-90813 8L 01 ne 
| f A 
1340A-C18. MOD SHEET JuL81 01340-90911 AUGB1_01340-90811 8L 01 08 01 | 
T3A0A-HOS «MOD SHEET OP/SVC MN JANBO 01340-90904 — MARBO 01340-90804* BL. 01 08 01 USE 1340A-HOS FICHE 01340-90812 


11/08/85 eee ‘ : | pase s2.—|s«|:s 1108/85 
MODEL. = O——sCLTERATURE =——SsH/C. ~——s*H/C PART FICHE FICHE PART MP OD Pp pee nae teats a oP MODEL 
>. NUMBER. C20: TYPE. DATE NUMBER DATE: NUMBER LT V : _NUMBER 
pwc BS foes eek DESCRIPTION wikk DESCRIPTION kik DESCRIPTION teiek DESCRIPTION eek DESCRIPTION fel 2 os Pen 2 
‘VSA0A-HOS MOD SHEET = «== SEP. 01340-90912 —-NOVB1 01340-90812 81010801 ts ceo OORGA 


13450 -—=SCOPER & SERV MAN —-JULB1._01345-90901 _—-SEPB2 O1345-90801* BL 01 08 03 USE 1345A FICHE 01345-90808 


WPmist asaai 


| 1340A-C05 MOD SHEET . MAY81_ 01340-90906 JUL81 01340-90806* 8L 01 ee 01 USE 1340A-CO5 FICHE 01340-90813 
: MOD. SHEET JANOO: 01340-90913 SEP83 01340-90813 8L 01 08 01 


-1340A-C18 MOD SHEET ‘SUiLB1_ 01340-90911 AUGB1._-01340-90811 8L 01.08 01 _ 


1340A-HOS MOD SHEET OP/SVC MN JAKBO 01340-90904 | MAR8O 01340-90804* BL 01 08 01 USE 1340A-HOS FICHE 01340-90812 


PAGE 37 11/08/85 . : iy PAGE 52 11/08/85 
MODEL 0 LITERATURE H/C H/C PART.“ FICHE FICHE PART MP 4 P ae MODEL ! 
| NUMBER c TYPE DATE NUMBER DATE MBER LT NUMBER C 
IN. irik 4 tek DESCRIPTION t#H DESCRIPTION tick DESCRIPTION kkk DESCRIPTION #** DESCRIPTION sie Bee 
= BOARD 1340A-HO5 ‘MOD SHEET __ SEPB1 01340-90912 _NOV81 01340-90812 8L 07 08 01 16033A 
| 13450 OPER & SERV MAN JULB1 01345-90901 SEPB2 01345-90801" BL 01 08 03 USE 13450 FICHE 01345-90808 
IRN-ON i: Ps OPER & SERV MAN. JANB3_ 01345-90908 JUNS4 01345-90808" 8L 01 08 03 USE 01345A FICHE 01345-90816 
‘5 C of OPER & SERV MAN MARSS 01345-90916 JUL85 01345-90816 8L 01.08 04 160348 
TION WHEN ac oe a MAN CHANGE APR85 01345-90916 
a ie i : SERV NOTE SET BELOW OcTss 
- 4345A/704-18 APR&S WO SER 2501)' % BELOW.MOD TO PREV ERRATIC/INTERM DISPLAY 
1345A-18 DEC83 WA SER 2112AU0475. & BELOW.LOOSE POST ACCELERATOR sehye 
1345a-2 DEC@3 WN SER 2227A & BELOW. INSTAL NOTE FOR TEST PATTERN UPDATE KIT,P/N 01345-69505 _ 16035A 
 4B45A-3A———«==SsSMAY85 WN SER 2515A & BELOV.MODEL CHANG & COMPAT QETWEEN VINTAGES 
1345A-4 MAR84 WN ALL SER.NEW CRT FOR DIGITAL DISPLAYS 
1345A-5 AUG84 WO SER 2411A & UELOW.F2D TO IMPR NOISE IMMUNITY 
1345a-003 OPER NOTE MAR83 01345-90911 MAY83 01345-90811* 8L 01 08 01 USE 1345A-D03 FICHE 01345-90812 16036A 
; OPER NOTE SEP83 01345-90912 DEC83 01345-90812 8L 01 08 01 
1346A QUICK REF GUIDE DEC82 01346-90904 MAR83 01346-90804* 8L 01 08 01 INCUDED IN FICHE 01346-90805 eee 
fis OPER & PROG MAN JAN83. 01346-90905 JAN83 01346-90805 SL. 01 08 04 INCLUDES -90901 THRU -90904 
OPER & PROGRAM MAN JUL83 5957-7606 OCT83 5957-7637. AL_014 08 03 16038A 
QUICK REF GUIDE JUL83 5957-7619 oc Tes 5957-7639 8. 01 08 01 
SERV NOTE SET BELOW UL84 
1346A-1 MARGA WN ALL SER.NEW CRT FOR DIGITAL DISPLAYS 16039 
4346A~003 OPER NOTE MAR83 01345-90911 MAY83 01345-90811* 8L 01 O8 01 USE 1346A~003 FICHE 01345-90812 160474 
OPER NOTE SEP83 01345-90912 DEC83 01345-90812 8L 01 08 01 a 
{347A OPER & SERV MAN AUG83. 01347-90901 OCT83 01347-90801 8L 01 08 03 
MAN CHANGE AUG83 01347-90901 ear 
OPER & PROGRAM MAN JUL83 5957-7606 OCT83 5957-7637 BL 01 08 03 160478 
QUICK REF GUIDE JUL83 5957-7619 OCT83 5957-7639 | 8L 01 08 01 
SERV NOTE SET BELOW JUL85 
1347A~1 MARB4 WN ALL. SER.NEW CRT FOR DIGITAL DISPLAYS 
1347A-2 MARS4 WN SER 2335A & BELOW.MOD TO PREV PWR SUPPLY OVERHEAT 
1347A-3 - - NOV84 WN ALL SER.INST SEGMENTG THE MEMORY IN 1347A 16047¢ 
13494 OPER & SERV MAN AUG8S 01349-90901 NOV84 01349-90801 8L 01 08 03 
13490 | OPER & SERV MAN AUG84 01349-90901 NOV84 01349-90801 8L 01 08 03 160870 
135 OPER & SERY MAN MAR68 00135-90001 OCT84 00135-90051 8L 01 11 02 ia 
Tre MAN CHANGE OCT71 00135-90001 16048A 
135 DTA OPER & SERV MAN JAN66 00135-91344 OCT8O 00135-91394 8L.01 11 01 
135/136 SERV NOTE SET BELOW MAY78 ‘ 160486 
M011-2 JUN67 REPL FOR SWEEP-TIMING CAPACITOR 
105 JUN61 VACUUM PUMP MAINTENANCE 
107 OCT61 © MOD TO IMPR ACCURACY 
108 OCT61 . REC FIELD MOD TO CORR SEVERE INTERACTION BETWEEN AXES T6048C . 
109 = NOT AVAILABLE 
110° JAN62 SER BELOW 551.REC CIRCUIT CHANGES 
111 FEB62  ELIM OF NEGATIVE SPIKES CAUSED BY INDUCTIVE LOAD 
112 FEB62 § TROUBLESHTG POWER TRANSFORMER 
113 - _NOT AVAILABLE 


PAGE 38 11/08/85 oe : 4 re ae PAGE 53 : 11/08/24" 
: MODEL 0 LITERATURE. H/C H/C PART FICHE FICHE PART M Pp p P ; ; : MODEL 0 
: - NUMBER. C. = TYPE eee: _ DAT E NUMBER DATE NUMBER be Te 6 ee NOMBER Cc 
Nox oe “ o — : : she ee RRR DESCRIPTION kkk DESCRIPTION kkk DescRIPTION ake * DESCRIPTION ik DESCRIPTION thick eas sg Es 
: 14351360 ate NOT AVAILABLE ey i AONE Ce ajge l | 160480: 


114 
gh Perea: po la NOT AVAILABLE. 2a Hae a ee . a 
116 . OcTé2 “VACUUM PUMP MOTOR HEATING ee age ee oe fegeeres : ; ; an 16053A 
TIC ~~ -OCT62:. CORR SWEEP LINEARITY PROB 2 ; ; : me pee ae 
118 : FEB63. PROC FOR MEAS. 7 MEGOHM TNPT TMPEDANCE 


11/08/85 
" MODEL 
NUMBER 


135/136 


135A 
135C/135¢M 
1350A 


1350S 
13505A 


351A 


4351A-001 
4351A-002 
1351A-900 
1351-901 


11/08/85 
MODEL. 
_ NUMBER 


1351A-902 


1351A-906 


1351A-905 


ponmae 2 mm 


wet ed ed end cud wed on) eed ced ad 


oe 
wror 
OP 


WN—OW0 


LITERATURE 
- TYPE 


TOT Rod od dd 
UNA=OOONKOUPS 


VUrul 


“JAN62 - 


FEB62 


FEB62 


H/C 
DATE 


OcTé62 
OCT62 
FEB63 


MAY63 


135/135A-2/136/136A Peers 


7000A-1/156A-1 
136A-2 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 


’ OPER & SERV MAN 


MAN CHANGE 
OPER & PROG MAN 


AUG65 
JUL73 


MAR68 
oct71 


FEB6S 
JUL79 


SERV NOTE SET BELOW 
4 JAN? 


1350A-7 
MOD. SHEET 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 
OPER & PROG MAN 


SERV NOTE SET BELOW 


1351A-1 
1351A-2 


MOD SHEET 

OPER & SERV MAN 
OPER & SERVMAN. 
OPER & SERV MAN 


LITERATURE 


OPER & SERV MAN | 
OPER & SERV MAN - 
OPER & SERV MAN 


N 
JAN79 
FEB79 
JUL79 
OcT79 


JAN8O 
APR83 


AUG79 


SEP66 
DEC74 


JUL81 
AY 


SEP81 
JUL81 
JUL81 


KEY Fee mV 
NOT AVAILABLE 
SER: BELOW 551.REC CIRCUIT CHANGES 


TU UURR SEVERE INTERAUITIUN SEIWEEN AAES 


ELIM OF NEGATIVE SPIKES CAUSED 8Y INDUCTIVE LOAD 


H/C. PART 


NUMBER 


TROUBLESHTG POWER TRANSFORMER 
NOT AVAILABLE 


PAGE 53 
FICHE beeen PART M P DP 


ATE NUMBER LT V6 
kk DESCRIPTION *** DESCRIPTION *ee DESCRIPTION *** DESCRIPTION wkk DESCRIPTION tein 


NOT AVAILABLE. 

NOT AVAILABLE 

VACUUM PUMP MOTOR HEATING 

CORR SWEEP LINEARITY PROB 

PROC FOR MEAS. / MEGOHM INPT IMPEDANCE 
POWER TRANSISTOR CHANGE 


NOT AVAILABLE 


HOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
REC PARTS CHANGE TO IMPR PERF 
WN EARLY SER.CHANGE OF VACUUM HOLDDOWNS TO AUTOGRIP 
SER BELOW 304. IMPR IN HI SPEED WRIT 
WN SER BELOW 705.¥2 CHOPPER REPL 


00135-90001 


00135-90001 


00135-90003 


01350-90904 
01350~90907 
01350-90907 
01350-90908 


OCT84 00135-90051 8L 01 11 02 


JUN70. 00135-90053 01. 17.03 


APR8O 01350-90804* 8. 01 08 . USE 1350A: FICHE 01350-90807 
JUN83 01350-90807 8L 01 08 0 


Hee 07350-90808 8L 01 08 02 


WO ALL SER.RES CHANGE TO STANDARDIZE Z AXIS AMP U6SSELECTION. 

WO SER 1750A & BELOW.REC MOD TO IMPR INITIALIZATION Berens TO HP-IB INTERFACE CLEAR 
WN SER 1906A_& BELOW.REC PROG AID FOR HP-IB CONTROLLER 

WO SER 1750A00333 THRU 1906A00610.MOD TO CORRECT INTERNITTENT LOSS OF MEMORY. 


ALL_SER.PROG MOD TO ELIM BRIGHT SPOT APPEARING ON SCREEN WHEN WRITING. INTO LOCATION. 


2047 OR DATA IN 2047 IS NOT DISPLAYED 
WO ALL 1350A'S. WITH 52102A RS=232C (OPT 001).MOD TO IMPR PERF 
WN ALL SER.PREF REPL FOR A4S DYNAMIC RAM AM 


01350-90906 


13505-90010 
13505-90010 


01351-90904 
01351-90904 
01351-90905 


OCT79 01350-90806 8L 01 08 01 
JUN8S5 13505-90012 8L 01 21 01 


OCT8S 01351-90804 8L 01 08 03 
JAN82 01351-90805 8. 01 08 02 
JUL83 : 


WA ALL SER.ELPL BLUE STRIPE 8D EXCHANGE PROG 
WN ALL SER PREF REPL FOR DAC TRANS \ 


52105-90901 
52106-90902 
01351-90904 
01351-90904 


H/C PART - 
NUMBER 


OCT81 52105-90801* 8L 01 08 01 USE 52105A FICHE 52105-90802 
NOV81 52106-90802 8L 0108 02 

JUN82 01351-90804 8L 01 08 03 

JUN82 01351-90804 BL 01 08 03 


PAGE a4 
FICHE FICHE PART M P-D z 
ATE NUM 


D BER LT oN 
Rik DESCRIPTION sick DESCRIPTION *ik DESCRIPTION tik DESCRIPTION eek DESCRIPTION wick 
_ JUL8T 01351-90906 


“JUL8I 01351-90904 — 
JUL81 01351-90904 


JUNS2 01351-90804 8L 01 08 03 
JUNB2- 01352-90806 aL 01 08 03 
SUNE2 01351-90804. BL o1 08 03 


91/08/85 
.. MODEL. - 
NUMBER 


1 vaarbas 


“460710 


9108/45 
MODEL 
NJMBER Cc 


46048D 
16053A 
16054A 
16055A 


16056A 


160S7A 


16058A 
16059A 
16064A 


‘160654 


: 160668 


~ 16067A oe 


16068A 
16069A 


607A 


4607A-580 


ao 


Pi”! ws» 


JUL81 01351-90904 
. JUL81 01351-90904 


i 4351A~900 
1351A-901 


JUN82 01351-90804 8L 01 08 03 1 
_ JUN82 01351-90804 8L 01 08 03 


OPER & SERVMAN 
OPER & SERV MAN 


1607A-580 : 


11/08/85 | ee : ee : - PAGE 54 
—""HODEL | 


91/08/85 
O LITERATURE =—s- H/C H/C PART . FICHE FICHE EART MP DP MODEL 0 
NUMBER c TYPE DATE NUMBER. DATE NUMBE LT .V.6 : NUMBER 
tke DESCRIPTION *** DESCRIPTION kkk DESCRIPTION #** DESCRIPTION ix DESCRIPTION tick 
1351-902 «OPER & SERV MAN JUL81 01351-90904 — JUNB2 01351-90804 8L 01 08 03 iiwea = 
1351A~904 OPER & SERV MAN —-JULB1.:01351-90904 JUNS2 01357-90804 8L 01 08 03 ake MA 
1351A-905 OPER & SERV MAN JUL81 01351-90904 JUN82 01351-90804 8L 01 08 03 16071A or 
1351A~906 OPER & SERV MAN = JUL81._:01351-90904 JUN82 01351-90804 8L 01 08 03 4 sie) - 
1351A-908 OPER & SERV MAN JUL81 01351-90904 JUN82 01351-90804 8L 01 08 03 “MA 
1351A~909 OPER & SERV MAN JUL81 01351-90904 JUN82 01351-90804 8L 01 08 03 160744 OF 
13515  SERV_NOTE SET BELOW J ULB3 Eee ey 
ABSINNT SEP82 WA ALL SER.ELPL BLUE STRIPE BD EXCHANGE PROG. 16075A OP 
1351S-1A SEP82 WA ALL SER.ELPL BLUE STRIPE.BD EXCHANGE PROG sane e 
13515A OPER & SERV MAN DEC77 13515-90009 APR78 13515-90010 8L 01 04 01 ares 
MAN CHANGE FEB78 13515-90009 16077A ae 
| 136 OPER & SERV MAN —- MAR69._:00136-90000 NOV77 00136-90050 8L 01 11 03 
MAN CHANGE AUG75 00136-90000 16079. OP 
136A OPER & SERV MAN = MAR69._: 00136-90000 NOV77 00136-90050 8L 01 11 03 16080A _OP 
; MAN CHANGE AUG75 00136-90000 Bee 
| 16081A OP 
1360s QUICK REF GUIDE — JAN83 52113-90904 MAY83 52113-90804 8L 01 08 01 OMA 
140A OPER & SERV MAN 2 MAY67 00140-90904 JUN85 00140-90804 8L 01 08 02 16082A OP 
Pe OPER & SERV MAN 3 MAY68 00140-90906 OCT84 00140-90806 81 01 08 01 Seo en EMD 
MAN CHANGE JUL68 00140-90906 : 
OPER & SERV MAN SEP68 00140-90908 FEB71 00140-90808 01 08 C2 16083A OOP 
MAN CHANGE DEC70 00140-90908 MA 
OPER & SERV MAN JUL63 00140-99001 OCT73 00140-99801 01 08 2 
1DA~22 MAN CHANGE SEP65 00140-99001 16084 OP 
SERV NOTE SET BELOW APR8A SE 
140A~1 MAY64 — SER BELOW 326.MOD TO IMPR HI FREQ PLUG-IN INTERCHANGE ' 16 
140A-2 APR65 SER BELOW 425.MOD FOR UPDATING THE 140A OSCIL 
140A-3 AUG6S = SER AS INDIC.MOD TO INCR HEAT PROTECT 16085A OP 
1400-4 NOV65 SER 520-542.MOD TO IMPR GATE OPER . 
~ 140A/141A-6A JAN67 SER BELOW 634.MOD TO USE NEW PLUG-IN 16086A oP 
140A-7 - NOT AVAILABL 
140A-~8A AUG67 —s SER _ABOVE 520. PREF REPL FOR @421,0441,Q446,+ Q481.SEDES 140A-5 16091A oP 
140A-9 ™ NOT AVAILABL MA 
~440A-10 - NOT AVAILABLE 
‘40A-11 JAN68 MOD FOR OPER ON 50,60,8 400-H2 16092A op 
140A~12 MAY63 WA SER BELOW 748.HVPS MOD TO INCR Q6 REL "MA 
- 1404-13 SEP69 WO SER S20-748.MOD TO CORR LVPS MALFUNCT ae 
1400-148 SEP76 WN SER BELOW 821-05592.REPL FOR HV ASSY 16093A oP 
1404-15 OCT74 WN SER BELOW 747.REC REPL OF Q602 MA 
140A/B/S~16S DEC83 WA SAFETY:ALL SER.MOD TO PREV POT SHOCK HAZ senote 6p 
1408 OPER & SERV MAN FEB69 00140-90909 OCT84 00140-90809 8L 01.08 02 MA 
MAN CHANGE FEB74 00140-90909 es ow i ‘ 
} rises : anon 160944 OF 
1408 _ OPER & SERV MAN = JUN68.:00140-90907 AUG70 00140-90807 01 08 02 ae 


Ngee 2. | ree — . 8 PAGE 55 91/08/85 


LITERATURE H/C PART FICHE FICHE PART M P D 4 MODEL 0 

NUMBER Cs NUMBER DATE NUMBER LTV NUMBER c 

. wit DESCRIPTION #e* DESCRIPTION. ik DESCRIPTION kkk DESCRIPTION *#* DESCRIPTION tik ee 
1405 MAN CHANGE JAN69 00140-90907: -AUG70 00140-90807 01:08 02 ee. jensa ope 
140T OPER & SERV MAN MAR70 00140-90910 JUN73.00140-90810* 01 08 02 USE. 1407 FICHE 00140-90813 oe i ee OPE 


JAN77 00140-90913 APR78 00140-90813 BL OT 08 02 ei . yh 


JANB3 
SEPB2 WA SAFETY. ALL SER. MOD To REDUCE ‘SHOCK HAZARD ‘DURING FAILURE ‘CONDITIONS 


_ OPER & SE & SERV MAN 
te NOTES SET BELOW 
440T-1¢-S 


Sap ee ge Re ete PR ne Pt ee ot 8, eng ey PaaS ar ic Sa a ale el = ee has tll ee ee eee ee | Vea wt ww we. 


MAN CHANGE  =—-——s#FEEB74 00140-90909 — ec: - yo 
OPER & SERV MAN JUN68 00140-90907 —AUG70 00140-90807 01 08 02 


11/08/85. : : : ; PAGE 55 11/08/85 
o MODEL ‘0 LITERATURE H/C H/C. PART FICHE FICHE PART M =P D 4 ; MODEL 0 
. NUMBER = € TYPE DATE NUMBER DATE NUMBER LT V “NUMBER” Cc 
: eke DESCRIPTION *** DESCRIPTION *** DESCRIPTION RRR DESCRIPTION ikikek DESCRIPTION *** 
140s... _ MAN CHANGE JANS9 00140-90907 AUG70 00140-90807 07.08 O02 1e098A OPE 
140T OPER & SERV MAN MAR7O. 00140-90910 JUN73. 00140-90810* 01 08 ne USE 440T FICHE 00140-90813 OPE 
OPER . aud MAN JAN7? 00140-90913 APR76 00740-90813 8L 01 08 0 
“MAN C JAN78 00140-90913 16096A OPE 
SERV. NOTE. SET BELOW JAN83 MAN 
140T-1C-S SEP82 WA SAFETY.ALL SER.MOD TO REDUCE SHOCK HAZARD. DURING FAILURE ‘CONDITIONS 
nets 140T-10 SEP79 WN SER 1752A & BELOW.MOD TO PREVENT OSC IN ~12.6 V PRR SUP PLY. “160974 na 
140T-580 OPER & SERV MAN JAN?7. 00140-90913 APR78 00140-90813 8L 01 08 02 
: MAN CHANGE : JAN78 00140-90913 16099A OPE 
440T-908 ‘OPER & SERV MAN - JAN77 00140-90913 APR78 00140-90813 — 8L 01 08 02 1610A. OPE 
'. MAN. CHANGE JAN78 00140-96913 ; rae toe 
 T400A: OPER & SERV MAN APR6? 01400-90902 OCT75 01400-90802 8L 01 08 01 SER 
MAN. CHANGE /#UN68. 01400-90902 OPE 
INS 
14008 - oo OPER & SERV MAN APR70 01400-90903 JAN72 01400-90803 01 08 02. SER 
ee MAN. CHANGE US OCT71 01400-90903. © SER 
: MAN CHANGE UK ~ JUN70 01400-90903 16 
TA01A OPER & SERV. MAN NOV67 01401-90902 MAR74 01401-90802 01.08 02. 161 
SERV NOTE SET BELOW oct78 161 
1401A~1 NOV67 SER 516-00765 & DOWN.PREF REPL SETS FOR @101, Q102 & a201, @202 161 
~~ {401 A~2 JAN74& WN ALL SE®.REPL FOR HP P/N 1850-0103 131 
1402A OPER & ol MAN MAR67 01402-90903 MAY74 01402-90803 07 08 02 161 
, MAN CHAN MAY73 01402-90903 - 1641 
OPER AND *SERV MAN . APR64 01402-99001 JUL84 01402-98901. 8L 01 08 02 161 
MAN CHANGE JUN6S. 01402-99001 161 
SERV NOTE SET BELOW MAY78 161 
1402A~1 “APRO65 SER 444-00426 & DOWN.MOD TO ELIM INTENSITY MODULATION 161 
1402A-2 OCT65 SER 444-00426 & DOWN.MOD TO IMPR LOW LEVEL TRIGGERING 
1402A=3 OCT65 WN SER 524-00641 & DOWN.MOD FOR IMPR PULSE RESPONSE 1610A-003 OP : 
1402A~-4 NOV65 MOD FOR X~Y OPER ABOVE 100HZ. OP 
1402-5. . OCT65 SER 444-00426 & DOWN.MOD FOR IMPR LOWLEVEL TRIGGERING 
1402A-6A APR67 SER 535-01376 & DOWN.MCD FOR IMPR TRANSIENT VOLTAGE PROTECTION 16108 OPE 
1402-7 NOT AVAILABLE OPE 
ieee ee JUL69 WO SER 709-02076 & DOWN.REPL FOR R149 & R249 SER 
1402A-9 MAR73 WN SER 716 & DOWN.PREF REPL FOR Q302 OPE 
1402A-10 JAN?77 WO ALL SER.LOSS OF ALTERNATE OPERATION IN SOME 14X SERIES MAINFRAMES INS 
SER 
1403A OPER & SERV: MAN AUG66 01403-90902 MAY70 01403-90802 07.08 01 yes 
: R 
1404A "OPER & ray MAN AUG69 01404-90901 OCT84 01404-90801 8L 01 08 02 161 
MAN. CHANGE JAN74. 01404-90901 161 
SERV NOTE SET BELOW MAY78 ~ 161 
‘14044-1 AUG70 WO SER 910 & DOWN.MOD TO IMPR HIGH FRE@ TRIGGER SENSITIVITY 46108-003 op 
“405A OPER & SERV MAN AUGE6 01405-90901 OCT84 01405-90801 8L 01 08 01 
MAN. CHANGE OCT73: 01405-90901 611A OPE 
SERV NOTE SET BELOW |AY78 a ‘ 
1405A~1A JUL69. WO. SER 450-0760" t DOWN. REPL FOR R155 & R255 : 


1405A-2 MAR73 WN SER 450 & ‘DOWN. PREF REPL FOR Q404 


11/08/85 ; ; | ws : PAGE 56 — f99708785 
MODEL ~ LITERATURE H/C. HC PART FICHE FICHE PART MP DP 3 MODEL 0 
NUMBER oC TYPE - DATE NUMB DATE. NUMBER LTV 6 NUMEER CC 
7 aie DESCRIPTION. DESCRIPTION xx DESCRIPTION #4 DESCRIPTION tick DESCRIPTION tee 
vos . me of) 6148 MAN 
1405A-H06 OPER & SERV MAN © OCT6 01405-90902 AUG70 01405-90802 01 08 02 oe ae ae ee ee ee: | 
MANS CHANGE = JUL68 01405-90902 SS : eee fore : ; —6n 
“14064. sOOPER & SERV MAN _—APR67.01406-90901 _—sMY82 01406-50801 aL 010802. Se aes Sate mee A 64 
MANE CHANGE MAR73 01406-90901 : pa ee ne Soe ae ee 614 
, SERV. NOTE. SET BELOW AY78. 3 Poe es 7 4611 
1406A-1. ! DEC6? WO SER 7704-00200" . DOWN. HOD TO. INCREASE. LIFE OF a1 & qo ee: se 4611 


44Nhau? aac AMAR €Eb F74aNnaNhndse AAAS 


41/08/85 
- MODEL 
NUMBER 


1405A-H06 


1406A 


1418 


1418/S/T 


| 41708785 
MODEL 
NUMBER 


1418/S/T 


peRy NOTE SET BELOW 


TI Aw IA JULOY #U SER 4OU"UU/OU & DOWN.REPL FOR R155. & R255 
1405A~2 MAR73 WN SER 450 & DOWN.PREF REPL FOR 404 


_ PAGE 56 


LITERATURE H/C: PART FICHE FICHE PART M POD 
TYPE NUMBER DATE NUMBER LST OV 
xkk DESCRIPTION *** DESCRIPTION *x* DESCRIPTION kk DESCRIPTION wie DESCRIPTION *e* 


OPER & SERV MAN octé6 01405-90902 _ Aug70 01405-90802 01:08 02 
MAN CHANGE JUL68 01405-90902 


OPER & SERV. MAN APR6? 01406-90901 MAY82 01406-90801. 8L 61 08 02 

MAN CHANGE - MAR73 01406-90901 

SERV NOTE. SET BELOW MAY78 

1406A-1 DEC67 WO SER 704-00200 & DOWN.MOD TO INCREASE LIFE OF @1 & a2 
“7406A-2 JAN68 WO SER 740-00250 & DOWN.PREF REPL FOR Q1, Q2, Q201 & a202 
T406A-3A. JUN68 WO SER 740-00250 & DOWN.MOD TO IMPR REL 


: OPER & SERV MAN MAR67 01407-90902 OCT7S: 01407-90802 8. 01 08 02 


MAN. CHANGE JAN70. 01407-90902 


MAY78 
NOV67 PREF REPL FOR V201 & v202 
NOV67 SER 626-00175 & DOWN.MOD TO IMPR DC STABILIZER OPERATION 
DEC67 SER 704-00275 & DOWN.MOD TO PREVENT Q1 & Q2 BURNOUT DUE TO TURN-ON TRANSIENTS. 
JAN68 WO SER 740-00325 & DOWN.PREF REPL FOR Q1, Q2, Q201 & a202 
1407A-5A JUN68 WO SER 740-00250 & DOWN.MOD TO IMPR REL 


OPER & SERV MAN FEB70 01408-90901 JAN72 01408-90801 01.08 02 


| MAN: CHANGE NOV71 01408-90901 7 
OPER & SERV MAN DEC65 00141-90901 SEP71 00141-90801 01 08 03 


OPER & SERV MAN OCT76 00141-90902 NOV84 00141-90802 8L 01.08 01 
MAN. CHANGE APR71 00141-90906 


OPER & SERV MAN MAR68. 00141-90904 SEP71 00141-90804 01 08 03 


OPER & SERV. MAN OCT68 00141-90906 MAR73 00141-90806 01 08 03 
MAN CHANGE APR77 00141-90906 
SERV NOTE SET BELOW APR84 

A~1 J CRT INSTALLATION 


SER BELOW 601.40D TO IMPR WRITE RATE 
ag POWER TRANSISTOR REPLACEMENT 
R BELOW 644.MOD TO ADAPT REMOTE ERASE een 
BELOW 620.MOD TO IMPR ERASE FUNCTION 
BELOW 634.MOD TO USE NEW PLUG-IN 
WITH "H" IN PREFIX.ORDERING REPLACEMENT (RT 
BELOW 634-00330.MOD.TO EXTEND COLLIMATOR VOLTAGE RANGE 
ABOVE 634-00330 + BELOW 801.MOD TO IMPR STORAGE TIME 
ABOVE 703.MOD KIT FOR REMOTE ERASE 
634-00330 THRU 635-00525.MODE SWITCH REPLACEMENT. KIT 
PERMITS OPER ON 50,60 + 400-HZ 
BELOW 815.LONG TERM STORAGE MOD 
BELOW 820.CRT PROTECTION 
SER BELOW 801.MOD TO CORR LVPS MALFUNCTION 
SELECTING CORRECT CRT + INSTALLING IT 
CRT FLOOD GUN ACCELERATOR MOD 
ALL SER.CRT NECK PIN LOCATION 
A~ 0 WN SER BELOW 815.REC REPL OF Q602 
141A/B/S~21S DEC83 SAFETY:ALL SER.MOD TO. PREV POT SHOCK HAZ 


. OPER t SERV MAN. APR71 00141~90910 MAY75 00141-90810 . 01:08 02 


MAN. CHANGE — JAN?5 00141-90910 
SERV NOTE SET BELOW - OcTs2 


ee atts - PAGE 57 
LITERATURE H/e H/C PART FICHE FICHE PART mM PD e : 
TYPE DATE NUMBER DATE NUMBER LT V 
; : kk DESCRIPTION *** DESCRIPTION *&* DESCRIPTION *kk DESCRIPTION *x* DESCRIPTION tekk 
141S~1 AUG72 WO CRT FLOOD GUN ACCELERATOR MOD 
AS1A/S-19 * NOV73 WN ALL SER.CRT NECK PIN LOCATION - 
141B/T-1 - SEP71 WO SER BELOW 1104A00385.PREF REPLACMENTS ae 
“(41 BT-2 | ~~ JANT2 WO SER BELOW 1145A00565.PREF REPLACMENTS 
141T=3. = DEC73 WN ALL SER. FAST + STAND.MODE ADJ USING ‘SPECTRUM ANALYZER PLUG~INS 
TAIT H4 - DEC73. WN ALL SER.COOLING FAN MODIFICATION | 
VAVTH5. - DEC7S WO. SER. BELOW 1502A10545.REV TO: THR OPER 
- 1418/T-6—  SUL76 WA 1418 ALL. SER.141T SER 1516A & BELOW REQ PARTS. CHNG WHEN REPL CRT. 
T41T<7B-S - JUNB2 WA SAFETY.SER 1502A & BELOW.ELIM OF SAFETY HAZA 


441 Be? JUL77 WN SER 972 & BELOW.MOD KIT 5061-0855 FOR cues STORAGE CRTS. 


11/08/85 
MOPEL 
NUMBER 


) 611A 


1611 A-A65- 
1611A-OFS 


4611 A-068 


1611A~080 


1615A 


1615A~001 


1615A/9835~1 
162A 


1628 


“ 162B-HO2 


162C 


162D 


11/08/85 
MODEL 
NUMBER 


162D=HO2 


162F 


| +6200 


16292A 


oo 


UFER € 


11/08/85 , PAGE 57 11/08/85 
MODEL 0 LITERATURE H/E H/C PART FICHE FICHE PART M P D P | MODEL ) L 
NUMBER OC “TYPE DATE NUMBER DATE NUMBER LT V6 NUMBER CC 
wick DESCRIPTION *** DESCRIPTION *k* DESCRIPTION *** DESCRIPTION #e DESCRIPTION *#x 
1418/S/T -4Ms-1 AUG72 WO CRT FLOOD GUN ACCELERATOR MOD ! 
4M1A/S-19 NOV73 WN ALL SER.CRT NECK PIN LOCATION 162D-H02 OPER & 
1418/T-1 SEP71 WO SER BELOW 1104A00385.PREF REPLACMENTS one 
141BT-2 JAN72 WO SER BELOW 1145A00565.PREF REPLACMENTS 162F OPER & 
141T-3 DEC73 WN ALL SER.FAST + STAND-MODE ADJ USING SPECTRUM ANALYZER PLUG-INS a! MAN CH 
1417-4 . DEC?3 WN ALL SER.COOLING FAN MODIFICATION 
AAIT=S DEC75 WO SER BELOW 1502A10545.REV TO IMPR OPER 1620A OPER & 
-94418/T-6 JUL76 WA 141B ALL SER.141T SER 1516A & BELOW REQ PARTS CHNG WHEN REPL CRT 
TAT-7B-S JUN82 WA SAFETY.SER 1502A & BELOW.ELIM OF SAFETY HAZARD 16292A OPER N 
1418-7 JUL?7 WN SER 972 & BELOW.MOD KIT 5061-0855. FOR IMPROVED STORAGE CRTS . 
141T-8 _ SUL77 WN SER 972 & BELOW.MOD.KIT 5061-Ga55 FOR IMPRVD STORAGE CRTS 162928 s—s«PER NN 
VMI T-9 - SEP79 WN SER 1850A & BELOW.MOD TO PREVENT OSC IN -12.6 V PWR SUPPLY | foes 
1417-10 -SEP79 WN SER 1850A & BELOW.MOD TO PREVENT NOISE IN LOW V PWR SUPPLY 16293A OPER N 
1417-11 ~MARS1 WO ALL SER.CIRC BD MOD TO CORRECT +248 V POWER SUPPLY oped 
141T-12, Ss JUNB2 WN SER 1145A TO 1802A.DIRECTION FOR REPL 00141-66519 LOW V PWR SUPPLY BD 1630A _ SERV 
1411-138 /- SUL82 WN SAFETY.ALL SER.ELIM POT SAFETY HAZ INSTAL 
; SERV 
is OPER & SERV MAN OC T68 00141-90905 —-,JUL80 5951-6197. BL _01 08 02 
es MAN CHANGE ss MAR70_ 00141-90905 1630A/D ss SERV N 
ae se : 1630A/ 
| 141T OPER & SERV MAN = JUL75 00141-90913 AUG7S_ 00141-90813* 8L 01.08 O2 USE 141T FICHE 00141-90814 1630A/ 
: OPER & SERV MAN JUN76. 00141-90914  JANB1. 00141-90574* BL 01 08 02 USE 141T FICHE 00141-90815 1630A/ 
OPER & SERV MAN —s APR82- 00141-90915 JUNB3.00141-90815 8L 01 08 02 CONT* 
MAN CHANGE AUG82 00141-90815 1630A/ 
INSTALL INSTRUCT  JAN81 5955-8091 MAR81 5955-8092  8L_01 08 01 CONT? 
| : 1630A/ 
1410A OPER & SERV MAN —- MAY68 01410-90902 «OC T8A 01410-90802 8L 01 08 02. CONT? 
Wee ae MAN CHANGE JUN72 01410-90902 1630A/ 
: SERV NOTE SET BELOW MAY78 po the! oon 
1410A-1 MAY67. BEST _METHOD FOR ADJ 1 MV/CM VERTICAL GAIN 1630D SERV M 
141 0A-2 JUN67 SER 715-00275 & DOWN. PREF TRANSISTOR REPLACEMENT | INSTAL 
me SERV M 
1 4aay OPER & SERV MAN AUG68-01411-90902 ss MAY70 07411-90802 01:08 02 : ce 
| oF MAN CHANGE MAY69 01411-90902 16306 SERV MK 
SERV NOTE SET BELOW ; MAY78 SERV N 
1411A~1 MAY67 BEST METHOD OF ADJ THE 1 MV/CM VERTICAL GAIN 16306- 
1411A-2 JUN67 SER 705~00300 & DOWN.PREF REPL FOR @503 & @504 1630A/ 
1411 A-3A AUG6? SER 705-0030 & DOWN. SIMPLE CHANGE TO RED LO FREQ DIST WHEN USING 1432A 4 GHZ CONT* 
CONT'D SAMPLER HEA 1630A/ 
TATIAMAA DEC67 SER 7246-00375 & DOWN.MOD TO PREVENT "LOCK UP" BETWEEN 100 MV-200 MV/CM RANGE CONT’ 
16306~ 
14158 OPER & SERV MAN —s MAR70.01415~90906 © OCTBA 01415-90806 8L 01 08 02 ae 
MAN CHANGE AUG?5 01415-90906 16310 OPER & 
SERV NOTE SET BELOW MAY78 SERV M 
1415A-1 NOV65 SER 426 & DOWN.PROC FOR PULSE GENERATOR ASSEMBLY REPLACEMENT MAN CH 
1415-2  OCT65 —- SER 505-00171 & DOWN.MOD TO IMPR OPERATION FOR LONG LINE TESTING 
1415a-3 OCT65 SER 512-00536 & DOWN.MOD TO REDUCE HORIZONTAL DRIFT 1631A/D SERY A 
1415A-4 OCT65 SER 526-00636 & DOWN.MOD TO REDUCE BASE LINE SHIFT 1630A/ 
1415A-5 NOV65 SER 445-00386 & DOWN.MOD TO INCREASE EFFICIENCY THROUGH JITTER REDUCTION CONT! 
1455-68 — JUNG6-—s SER 51200536 & DOWN.MOD FOR REDUCED INTERFERENCE 1630A/ 
1415A-7  NOV65 SER 5548-00986 + DOWN.REQ MOD FOR USE WITH MODEL 141A OSCILLOSCOPE 
1415A-BA 7 NOV65 SER 548-00986 + DOWN.MOD FOR IMPR RETRACE BLANKING + DOT INTENSITY 
1415A-9A SEP68 SER 512-0036 + DOWN.IMPR X-Y RECORDER OUT OPERATION 
TA15A-10A APR68 = SER_816-01911.+ DOWN.MOD FOR IMPROVED STEP STABILITY. 


7415-11 MAR73 TIME DOMAIN REFLECTOMETER PREFERRED PARTS REPLACEMENT 


1108/85 ee | | as 3 : PAGE SB 11/08/85 
' MODEL QO LITERATURE —s H/C H/C PART = FICHE FICHE PART MOP 5 P MODEL. 0 LI 
NUMBER C TYPE DATE NUMBER DATE NUMB “LT 6 ' NUMBER C 
wee DESCRIPTION tee DESCRIPTION whe DESCRIPTION tick DESCRIPTION wick DESCRIPTION it : 
MISA 1415a-12 : ‘oct7s WN SER 816-01911 + DOWN.REC REPL OF Q602 a E . 163204 > INSTALL 
4415A-H08. OPER & SERV MAN .  JANOO 01415-90907 ‘Augs2 01415-90807 aL 01 08 01 : aes. ae 16321A INSTALL 
Th16A OPER & SERV WAN APR67 01416-90902 _ - OCT84 1416-90802 8L 01 08 01 Ole A | J 16340 OPER NO 
nae MAN. CHANG OCT73 01416-90902 ae ue : ree 
16k ade “ser BELOW ‘DEC6S WO. SE rr 00921 AMDB PREFE ED EPLACEME! 5 S- : ee Cooter ape enrme  taikes 
a | + DOWN.PR REPLACEMENT TRANSISTO ae ee 
ee ee . rr PLA au ; zSTOR ae Se | | 163428 USER'S 
420A “OPER & SERV MAN _APR68 01420-90905 _ SUN7S 01420-90805 01 08 02 OL ge oe eee o Da a Pe : OPER NO 
a MAN CHANGE - FEB70 01420-90905 om re era i : oF MANE CHA 


CEDY MATE cer ati.Au SUS  geawae 


11/08/85 
"MODEL 
NUMBER 


T415A 


1415A-H08 


erry 


1421A-C40 
44228 


1423A 


11/08/85 
MODEL 
NUMBER 


1425A 


SA 


AAZA/S. 


LITERATURE 
TYPE 


1415-12 
OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
1416A-1 


OPER & SERV MAN 
_MAN. CHANGE 

SERV NOTE SET BELOW 
1420A-1 
1420A-2 
~~ TA20A-3A 
1420A-4A 

CONT'D 

1420A-5A 
T420k~-6 


OPER r SERV. MAN 
MAN. CHANGE - 
SERV NOTE SET BELOW 
T42TAW1A 
1421A-2A 

 Fh21A-3 

Tae Ths 


CONT'D 
1h24A-5 
MODIF SPEC 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE US 
RIAN. CHANGE UK 
SERV NOTE SET BELOW 
1423A1 
CONT'D 
1423A-2 
T423A~3A 


OPER t SERV HAN 
SERV NOTE SET BELCW 
1424-1 


1424A-2 
T424A-3A 
T424a-4 
“Vheha-5 


OPER & SERV MAN 
MAN. CHANGE 
SERV NOTE SET BELOW 


0 LITERATURE » 
C TYPE 


YA25A-1 

V425A-2 

1425a-3 

T425a~4. 
~ V425a55 


~ OPER & SERV MAN 
MAN CHA NGE 


143A-2 
“44SA-3 


: 4h Bank: 


PAGE 38 
Bye H/C PART. FICHE FICHE PART MPD P 


NUMBER DATE NUMBER LT V 

wick DESCRIPTION *** DESCRIPTION #*% DESCRIPTION *tt DESCRIPTION #4 DESCRIPTION *#k 
oct7s WN SER 816-01911 + DOWN.REC REPL OF @602 

‘JANOO 01415-90907 Augs2 01415-90807 8L 01 08 01. 


—APR67 01416-90902 OCT84 01416-90802 8L 01 08 01 
OCT?73. 01416-90902 


MAY78 
DEC68 WO SER 848-00921 + DOWN.PREFERRED REPLACEMENT TRANSISTORS 


APR6S Hie JUN75 01420-90805 01 08 02 
FEB70 01420-9090: 


MAY78 
= SER aa1-00666" + DOWN.MOD TC IMPROVE TRACE POSITION STABILITY 
SEP66 SER 441-01325 + DOWN.MOD FOK OPERATION WITH DC STABILIZED VERTICAL PLUG-INS 
JAN72 WN SER 639-01876 + DOWN. IMPROVED TRIGGER SENSITIVITY POTENTIOMETER 


— DEC67 = SER 620-01676 + DOWN.USING AGED 6DJ8S FOR V101, V102, V103, V111, V202, v203 10. 


IMPROVE STABILITY 
JAN72. WN SER 639-02359 + DOWN. PREFERRED REPLACEMENT FOR R254 
MAR73: WN SER 964 + DOWN.PREF REPL FOR @101 


APR68 01421-90905 WAR81 01421-90805 8L 01 08 02 
MAY7S 01421-90905 


MAY78 
JUN68 WO SER 803 + DOWN.MOD FOR ADON GATE PROTECTION AGAINST TRANSIENT VOLTAGES 
DEC66 SER 545 + DOWN.MOD FOR OPERATION WITH DC STABILIZED VERTICAL PLUG-INS 
NOV66 SER 627-00851 TO 627-01140.SIMPLE WIRE CHANGE TO IMPR OPER WITH 1406A OR 1407A 
JUN6S8 WO SER 803 + DOWN.MOD TO PREVENT BURNOUT OF CR305, 306, 371, 312, WHEN INTEGRATOR 
OUTPUT IS ACCIDENTALLY GROUNDED 
- WO SER 803-02700 + DOWN.PREF REPLACEMENT FOR R200 


FEB66 01421-90908 MAR81 01421-90808 8L 01 08 01 


APR67 01422-90902 MAY70 01422-90802 01.08 01 
FEB70 01422-90902 


MAR68 01423-90903 AUG70 01423-90803 on 08 02 
FEB70 01423-90903 
JUN70 01423-90903 


MAY78 
JUN68 WO SER 709-00350 + DOWN.MOD TO PREVENT BURNOUT OF CR305, 306, 311,.+ 312. WHEN INTEGRATO 
OUTPUT IS ACCIDENTLY GROUNDED 
JUN68 WO SER 709-00350 + DOWN.REC FOR REPLACEMENT OF A204 
FEB69 WO SER 847-00491 + POWN.MOD TO IMPR REL 


OCT70 01424-90902 JANG) 01424-90802 01 08 03 
JAN68 SER 801-00225 + DOWN. DIODE HOLDERS FOR THRESHOLD DETECTOR TUNNEL DIODES 


MAY68 SER 801-00225 + DOWN.RE™. OF MODE + LEVEL POTS + KNOBS 
JUL68 SER 803-00270 + DOWN.K_... OF A4 


_ FEB6S REC DIODE REPLACEMENT 


AUG70 WA SER 822 + DOWN.REC REPL OF A1R3 


OCT70 01425-90903 JUN75 01425-90803 01 08 03 
DEC70 01425-90903 Mave 


; sighs! dots PAGE 59 
H/C “H/C. PART FICHE FICHE PART M P D-P 
DATE NUMBER DATE NUMBE' t 


R TVG 
wee DESCRIPTION *** DESCRIPTION &*% DESTRIPTION wir DESCRIPTION tie DESCRIPTION teick 


JUN6?7 SER 707-00168 + DOWN.MOD. TO. UP RANGE OF HIN espe PREF REPL FOR A3Q3 
AUG67 TROUBLE SHOOTING GUIDE FOR FHRESHOLD DETECTO 

JAN68 PREF _REPL FOR A2VR1, R10, A2T1 + A3T1- 

FEBOS SER 748-00675 +. DOWN. TUNNEL DIODE. HOLDERS. AVAILABLE 

APR69. . RECOMMENDED DIODE REPLACEMENT | 


~ AUG69 00143-90903 “MAY74 00143-90803 or 08 02 
~SEP73. 00143-90903 Ms ns Ea ear i Ge het) 


SERV NOTE SET BELOW ocr7s. 
{a3A=1  DECEB MA SER BELOW &38-U140.4OD To PREV oscil 
-MARGS WO HV PROTECTION FUSE CHANGE 


NOT AVAILABLE 


‘RAS. lint KPe RO Omi Rit isha. is wee Ad a. mee fe? bs eee 


11708/85 
MODEL 
NUMBER 


16320A 


| 163214 


163404 
163A1A 
163424 


-16343A 
163444 
16345A 


‘| 163614 


16362A 


16380h 


163806 
16380¢ 
16389A 
163898 
1640A. 


16408 


11/08/85 
MODEL 
NUMBER 


16408 


16408-001 


tT 


INSTALL 
INSTALL, 
OPER NOT 
“SERV MAN 
USER'S ¢ 
OPER NO} 
MAN CHAR 
OPER NOT 
OPER NOT 
OPER NOT 


OPER NOT 
MAN. CHAR 


OPER NOT 
MANS CHAR 


CONNECT] 


MAN CHAR 


OPER NOT 
OPER. NOT 


_ OPER NOT 
OPER NOT 


PRELIM. § 
CONVERS] 
SERV MAN 
SERV NOT 
1640A-1- 
1640A-2 
1640A~3 
1640A-4E 


1640A-12 
1640A-14 


OPER GUI 


LITE 
. 


SERV: MAN 
‘SERV MAN 


INSTALL 4 
OPER GUIL 


11/08/85 oe PRES Pe a PAGE 59 11/08/85 
MODEL. a) LITERATURE H/C H/C PART FICHE FICHE PART M P : P j MODEL 0 LITE} 
NUMBER c ; TYPE DATE NUMBER DATE NUMBER tL oT & NUMBER . Cc T} 
: ; : ke DESCRIPTION ekx DESCRIPTION *%x DES® ‘RIPTION tk DESCRIPTION ake DESCRIPTION kek : 
1425A 1425A-1 JUN67 SER 707-00168 +.DOWN.MOD TO UP RANGE OF MIN DELAY. PREF REPL FOR A3Q3 16408 - SERV MAN 
: Th25a-2 / AUG67 TROUBLE. SHOOTING. GUIDE FOR Leu DETECTOR : SERV MAN | 
Vhe5A-3 JAN68 _PREF REPL FOR A2VR1, R10, A2T1 + A3T ‘MAN. CHANG! 
TA25 Am 4 FEB68. SER _748-00675 + DOWN. TUNNEL DIODE HOLDERS AVAILABLE: SERV MAN 
1425A-5 “ “APR69 RECOMMENDED DIODE REPLACEMENT. et Nore 
143A OPER & SERV MAN -  AUG69 00143-90903 MAY74 00143-90803 01. 08 62 1640B-2 
MAN CHANGE SEP73 00143-90903 - 46408-3 
16408-4 
143A/S SERV NOTE SET BELOW ocT78 feces : 

* (A3A~1 DEC68 WA SER BELOW 838~60140. HOD TO PREV OSCIL 16408-001 INSTALL & 
143A~2 ; : MAR69 WO HV PROTECTION FUSE CHANGE : OPER: GUIDE 
143A=3 - NOT. AVAILABLE 
TASAr4 APR77 WN SER 1150A & BELOW.MOD KIT 5061-0853 FOR IMPROVED CRTS ? : : fear) 16408/102908 INSTALL & 
143S~1 -. NOT AVAILABLE : B : ; MAN. CHANGE 

4 43S-2 , APR77 WN SER O967A & BELOW. MOD KIT 5061-0853. FOR IMPROVED CRTS ey : : 
j : ae Sone a ‘ i , i te  T645A . ‘ OPER. & SEI 
1438S “OPER..& SERV KAN. AUG69 00143-90902 JUN83 00143~90802 . 8L 01 08-02 j - OPER & SEF 
; MAN: CHANGE.  OCT75 00143-90902 Rene me 
Ve A f 4 A= : 
1430A ‘OPER & SERV MAN: = ‘AUG70 01430-90904 OCT70 01430-90804 07 08 02 1645A-2 
: SERV NOTE SET DELON MAY78 : 1645A-3 
. T430A-1 FEB68 SER 715-00325 + DOWN.REPL CR110 + CR111 Hecbaes 
c An 
44308 OPER & SERV MAN AUG70 07430-90904 OCT70 01430-90804 071.08 02 Bede 
; ; ; : : : 45A- 
1430C OPER & SERV MAN AUG72 01430-90905 FEB85. 01430-90805. 8L 01 08 02 16enars 
VAZ1A OPER & SERV MAN Aue70 01430-90904 OCT70 07430-90804 01 08 02 : ; 
SERV NOTE SET BELOW MAY? 166A OPER & SEI 
4431A-1 FEB68 SER 707-00205" + DOWN.REC DIODE REPL Hach Sue 
wea : i . JAN SUP 
1432A. OPFR & SERV MAN AUG70. 01430-90904 OCT70 01430-90804 01 08 02 peer se 
fete: A 
145338 OPER & SERV MAN AUG70 14533-90002 OCT70 14533-90003 01 21.01 So he Be CB ee 
166A“HO2——i(‘(itéPEER’:'& ‘SEF 
145344 --—sOOPER & SERV MAN AUG70 14533-90002 OCT7D 14533-90003 01 27 01 MAN CHAN 
“TASA3A OPER & SERV MAN JUL73 14543-90004 OCT8O 14543-90008 8L 01 21 01 6940A INTERFACE KIT OPT 001 (RTE) OPER & Er 
14550A DRIVER PROG PROC  —_NOV73._ 14550-90002 AUG85 14550-90010 8L 01 21 01 
MAN CHANGE JANOO 14550-90002 166B OPER & SEI 
: : MAN CHANGE 
- 445508 OPER & SERV MAN MAR79 14550~90007 APR83 14550-90008 8L 01 21 02 a 
MAN. CHANGE. JUL82. 14556-90007 ; 166B-H92 OPER & SEF 
. are, ‘ MAN. CHANGE 
14570A . OPER & SERV MAN FEB82 44570-90001 MAY82 14570-90002 .8L 01 21 01 tee 
: 166C : OPER & SEF 
14700A SERV NOTE SET BELOW “JAN81 SERV NOTE 
6942A~1 ; » OCT8O WO SER 1920A00155 & BELOW.MOD TO PREVENT 6942A SYST HANG-UP BY 6943A EXTENDER. CROWBAR 166C-1A 
14703A INSTALL MAN ~-OCT79 14703-90001 APR83 14703-90002 8L 01 21 01 | 166D. OPER & SER 
14704A INSTALL NOTE APR84. 14704-90002 JUNSS 14704-90003 8L 01 21 01 MAN CHANG! 
| A: 


11/08/85 - a : oe PAGE 60 11/08/85 at 
MODEL 0 LITERATURE H/C. H/C PART —- FICHE ‘FICHE PART MPD P | —L  MODEL 0 LITER! 
NUMBER C TYFE ATE NUMBER DATE MBER LL TV NUMBER CC. TYE 

. _ the DESCRIPTION #4H DESCRIPTION tke DESCRIPTION tek DESCRIPTION ick DESCRIPTION tek ee ; 

147046. — INSTALL NOTE APRB4 14704-90002 JUNSS 14704-90003 8L 01 21 01 : os ES 
ae berghei Pe | = 166D-HO2 OPER & SER\ 

14704¢ INSTALL NOTE APR8A 14704-90002 ~ JUN8S 14704-90003 = 8L 01 21 01. awe : ei sie a8 aN ates 

VA717A INSTALL NOTE SEPB4 5950-1992 “SUNS 5950-1993 BL 01 2701 aoe - bee MAN: CHANGE 

(A71BA INSTALL NOTE SEPA 5950-1992 JUNSS 5950-1993 BL 01 21 01 mae ee SO ee ree eae OPER & SER 

VA7S1A = SERV_NOTE SET BELOW ocTa8s” : a Sate ne eaeice Vee eeon on tir ree ane 
oe VAIS TAM  JANSS WN ALL SER. CORREC TO SOFTWARE CODE IN 697918 MEMORY CARD TEST ROUTINE = fe ee | | 166F = OFER & SER\ 

14752A PROG REFER MAN ‘DEBS 44752-90001 JUNBS: 14752-90002 “BL 01 21 ov . cae i. ee 

ots: : : PN ete tae ae eee oe 170A OPER INSCTI 
150A '—s~*é«PEERR:-& SERV MAN 1, JAN6T 1504-900 MAY83 1504-800 BL 01:08 02 Ree sa |) OPER _& SER\ 


I. : eo gi SERV NOTE SET AF: 4 ; : B - MaVv7a > Coe wees " ; z Seeds hee ee a wk nh hak dca ue, 


11/08/85 
MODEL. 
. NUMBER 


147046 


14704C 
AATITA 
147184 


14751A 


147520 _ 
“450A 


450AR 
451A 


1518 


45105 


15119¢ 
451414 

151794 

152A 


15254A 
15263A 


153A 


154A 


» LITERATURE 
PE eS 


INSTALL NOTE 
INSTALL NOTE 
INSTALL NOTE 


_. INSTALL NOTE 
~ SERV NOTE SET BELOW: 


14751A 
PROG REFER MAN 


OPER & SERV MAN 
SERV ‘NOTE SET BELOW 
150A~1 

150A~2 

150a-3 

150A~4 


“150A=5 


150A-6 


-150A-7 


150A~-8 
150A-98 
150A-148 


ASA 16- 


OPER & SERV. MAN 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 


SERV NOTE SET BELOW 


15105A-6-1 


OPER & SERV MAN 


SERV NOTE SET BELOW 
15141 A-1A 


INSTALL INSTRUCT 


“SERV NOTE SET BELOW 
—52A-1 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


~APRBA 14704-90002 


_ SEPB4 5950-1992 


_JAN61 1504-900 


“NOV73 15254-90001 


~_ APR61 1544-900 


PAGE 60 
H/C H/C PART FICHE 


FICHE PART MOP ODP) : 
CATE NUMBER TE NUMBER L TV 6 
‘tik DESCRIPTION #4 DESCRIPTION #** DESCRIPTION *** DESCRIPTION xx* DESCRIPTION tek 
JUNBS 14704-90003 BL 01 21 01 
JUN85 14704-90003 8L 01 21 01 
JUN85 5950-1993 BL 01 21 01 


JUN8S 5950-1993 BL 01 21.01 


APR84 14704-90002 


SEP84 5950-1992 


cras 
JAN85 WN ALL SER. cORREC TO SOFTWARE ‘CODE IN 69791A MEMORY CARD TEST ROUTINE 
DECB4 14752-90001 ~ JUN85 44752-90002 8L 01 21°07 
JAN61. 150A-906 MAY83. 150A-800 8L 01 08 02 

MAY78 


' AVAILABLE 
AVAILABLE 
AVAILABLE 
AVAILABLE 
AVAILABLE 
AVAILABLE 
AVAILABLE 
BELOW 990.MOD TO: VERT DEFLECTION TERMINAL BOARD 
BELOW 1439.MOD TO SILICON RECTIFIER KIT 
40-1389.REPL OF HV ASSY (09150-69501) 
= REPL OF H¥ ASSY (00150-69502) 


MAY83 1504-800 
OCT71 151A-800 


8L 01.08 02 


JANOO 157A-900 01.08 01 


JAN63. 151A-900 


SEP60 1518-900 


SAN82 5951-6269 
SEP62 1518-900 


8L 01 08 01 

AY78 
DEC69 WO SER BELOW 4 2749-00240. REC REPL OF TRANSDUCERS WITH DAMAGED GUIDE STUDS 
DEC74 15119-90001 FEB72 15119-90051 81. 07 81 01 


MAY78 
MAY69 WN ALL SER.HIGH-POTENTIAL TEST 
OCT80 15179-90901 JAN81 15179-90801 &L 01 08 01 


> SER BELOW 1085 REPL OF NPT ATTEN 

MAY82 5955-4338 8L 01 12.01 
JUN?77 15263-90501. 8L 01.81. 01 
OCT81 153A-800 8L 01 08 01 
SEP81 5951-6273 BL 01 08 01 


APR?? 15263-90001 
JANOO 1534-900 


11/08/85 
MODEL 
NUMBER 


166D-H02 


166E 


| 166F 


“470A 
170A-HO2 
1704/8 


1708/BR 


-4700A 


1700A-008 


1700-009 
1700A-020 


17008 


1700 SERIES — 


QO -... LITERAT 
Cc TYPE 


OPER & SERV 
MAN REVISED 
MAN. CHANGE 

MAN CHANGE E 


OPER & SERV 
MAN CHANGE. 


OPER & SERV 
MAN CHANGE 


OPER INSCTRL 
- OPER & SERV 
“MAN CHANGE 


OPER & SERV 
MAN CHANGE 


SERV. NOTE SE 
~4A70A-2A- 
CONTD ° 


"OPER & SERV 
MAN CHANGE 


OPER & SERV 
OPER & SERV 


OPER & SERV 


1700A-4A 
1700A-5 


-4700K-6 


17C0A~7 


OPER NOTE 
MAN CHANGE. 


OPER NOTE 


~ OPER NOTE 
MAN. CHANGE 


OPER & SERV 


MAN. CHANGE 
a enOe NOTE SE 


1700B-3'. 


é ag Sal > oe Sed 


deste Per ee fh. sf tet3ium wall Piet e 
of aSToaPRErcSiexcnsetneuen dha TTA eca meena cea niicanvacal rt LL 


: BEza a | H 
| Wi ae i 
a | tt ie ee ee | i 
i oe ee ee 
| aunts peat ‘ 
uh om os bs an | 
Pace 46s] ttyoase5 | i es : oo pA Ee Pol 4470878 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M P BOR at aay | MODEL 
Pipa c TYPE DATE NUMBER DATE NUMBER «LT - NUMBE 
SCRIPTION #xe pe fee ee ] tee DESCRIPTION *&* DESCRIPTION *** DESCRIPTION hick DESCRIPTION kick DESCRIPTION eke peo ray 
ope 154A ———sMAN: CHANGE OCT60 154K-900 SEPE1 5951-6275 8 01 08 01 - : ag 17008-3 
goers eas es 15413A (OPER & SERV MAN = AUGB3 15414-90001 JAN4 15414-95001 &L 01 81 02 : - Magog 
ve (ore mae | 47002 
2419 “454148 OPER & SERV MAN AUGBS 15414-90001 JANSA 15474-95001 BL 01 B1 02, . : | aga 
| ar ; SERV NOTE SET BELOW JULB4 . : . 17004A 
: : » 4541481 JAN84 WO SER 2330600129 & BELOW. POSS INCORRECT FL 1 MAINS SELECT WIRE pee : 
Bie Be es : ee 17005 
r | 154244 sCOPER &@ SERV MAN —AUGB4.-15425-90001 ——sNOVB4.- 15425-95001 BL 01 81 02 : S 
154250 OPER & SERV MAN —s AUG84- 15425-90001 -—-—s-NOVB4 15425-95007 BL 01 81 02 
2419 
2419 corey 155A OPER & SERV MAN MAY66_ 00155-90901 JUN8D 5951-6274 BL 01 08 03 Ap (ces Bee 
) : = MAN CHANGE JUN71. 00155-90901 eee oe 
ae ne ey | SUPP ¢ SEP466 00155-90901 170074 
ae an hae SERY NOTE SET SELOW MAY78 : eee nite 
ere rae 155Aa-1 APR71 WO SER BELOW 843.LINE FREQ INTENSITY MODULATION ene ae 
PBAIG ee Be ace “SRT | TT 4200788 
2419 veges 15508 OPER & SERV MAN _—-MAY66.:01550-90901 JUN8O 01550-90801 8L 01 08 01 
tee Cee SUPP C DEC66 01550-90901 a a 
: MAN CHANGE DEC6?. 01550-90901 : : ! “1 7008A 
45506A OPER & SERV NOTE —AUG8O 15506-90000  ——- NOV8O 15506-90025 8L 01 14 01 af 
“2419 : . 701A 
2419 ‘SSO7A OPER & SERV NOTE -NOV77 15507-90000 — -MAR78 15507-90025 &L 01 14 01 
; eee 155088. OPER & SERV NOTE —- FEB78 15508-90001 MAR78 15508-90026* BL 01 14 01 USE 15508B FICHE 15508-90027 ts 
; is OPER & SERV NOTE - NOV78 15508-90002 —‘~DEC78 15508-90027 8L 01 14 01 
15508¢ OPER NOTE AUG8O 15508-90003» NOV8O 15508-90028 8L 01 14 01 
See | -455094 OPER & SERV NOTE | SEP77 15509-90000 —»»EC7? 15509-90025 8L 01 14 01 
312 | 455098 OPER NOTE MAR81 15509-90001 JUL81 15509-90026 8L 01 14 01 , 
B20 Foes = ; | teas | 970ta-0 
Ese 45510A OPER NOTE MAR81 15510-90000 —-«JUL81_ 15510-90025 8L 01 14 01 ee es 
155118 “OPER NOTE NAR81 15511-90000 —- JUL81. 15511-90025 BL D1 14 04 : 
a . | 1701A-0 
OR. | 455158 OPER & SERV NOTE —JAN8O 15515-90000 = AFR8O 15515-90025 8L 01 14 01 
7 4701A-6 
oe 45516A OPER NOTE MAR8O 15516-90000 — JUN80 15516-90025 8L 011401 -it™” 
CCELERATOR CONN . . ne oe 1701A-0 
15517A OPER NOTE ~ MAR8O 15517-90000 — JUN8O 15517-90025 8L 01 14 01 . pits 
. | ; yee 1701A-0 
155184 «COPE & SERV MAN. JUL84 15518-90000 = AUGBS. 15518-90025 BL 01 14 04 i 
ea : ; ee 1701A-0 
155188 “OPER & SERV MAN JUL84. 15518-90000 =» AUG85_ 15518-90025. OL 011401. ie : oe 
15518c OPER & SERV MAN  JULB4 15518-90000. —« AUGBS 15518-90025 8L 01 14 01. ce ae 17018 
15519A «ss OPER NOTE — SEP79 15519-90000 = DEC79_: 15519-90025 8L 01 14 01 
455200 OPER NOTE . ~~~: JUN?7.- 15520-90001 SEP77 15520-90026 81011401... oe 
OPER NOTE JAN72 15520-95001 «oc T72 15520-95026* 01 14 01 USE 15520A FICHE 15520-90026 


PAGE 62 | aa yoare 


PAGE A? =|. ss 1108785 


455160 
-ELERATOR CONN 


15518A 


155188 


“15548C. 
15519A 
15520A 


PAGE 47. 
CRIPTIGN. ick 
15520C 
aoe 455214 
CELERATOR CONN 


15522C 
“145526 


15525A 


15526A 


| 155300 


155338 


155704 


155758 
12. 

n 455750 
CELERATOR CONN ; 
15575E 


15517A . 


11/08/85 
MODEL 
NUMBER 


155218 
155220 


15533 


15537A 
155490 


15550A |. 


15550€. . 


1S575A 


45575¢_ 


11/08/85 
MODEL 


Adj Mente 


OPER NOTE 
OPER NOTE 

OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


OPER. NOTE 


OPER NOTE. 
OPER NOTE 


LITERATURE 
TYPE 


_ OPER NOTE 


OPER NOTE 


OPER. NOTE 


OPER NOTE 
OPER NOTE 


SERV NOTE SET BELOW 


15524A~-1/15525a-1/ 
15526A~1 


SERV: NOTE SET BELOW 


15524A-1/15525A-1/ 
155 


An1 


OPER NOTE 


SERV NOTE SET BELOW 


15524A-1/15525A-1/ 
VS526A~1 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER & ‘SERV. MAN 
MAN CHANGE 


OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER & SERV NOTE 


MAN. CHANGE 
OPER & SERV NOTE 


MAN. CHANGE 


OPER & SERV NOTE 
MAN. CHANGE 


OPER & See” NOTE 


MAN CHANGE 
OPER & SERV NOTE 


LITERATURE 
-  —y¥pbe 


‘MAR8O 


15516-90000 - 


15517-90000 


} 15518-90000 


15518-90000. 


15518-90000 — 


15519-90000: 
15520-90001 


2.15520-95001 


NOV68 


NOV68 


JAN72 
NOV68 


ocT7o 
JAR72 
JAN76 
ocT70 


APR72 
MAY72 


JAN72 
JAN76 


SEP79 
SEP76 


FEB78 
JUN79 


FEB7E 
JUN79 


FEB78 
JUN79 
FEB78 
SUNT9 


FEB78 


H/C 
Aare 


H/C PART 


MBER 


15520-90002 
15521-95001 
15521-90000 
15522-95001 
15522-90001 


MAY78 
WA SER BELOW U830-00300. FAULTY ACCESSORY 


MAY78 
WA SER BELOW U830-00300. FAULTY ACCESSORY 


15526-95001 


WA SER BELOW U830-00300. FAULTY ACCESSORY 


15530-95000 
45533-95001 
15533-90000 
15537-95000 


15549-95000 
15549-95000 


15550-95000 
15550-90001 


15550-90002 
15570-90000 
15575-90000 


15575-90000. 


15575-90000 
15575-90000 


15575-90000 
15575-90000 


15575-90000 


05575-90000 


we PART | 


LIiMArA © 


15575-90000 


FICHE 


_ JUN8O 15516-90025 _ 
~ JUNBO 15517-90025 
-AUGBS: 15518-90025 
AUG8S 15518-90025 
AUGBS: 15518-90025 


DECT9 15519-90025 


- SEP77 15520-90026 BL 
OCT72 15520-95026* 


FICHE 


DEC?9 15520-90027 


“OCT72 15521-95026* 


DEC82 15521-90025 
OCT72 15522-95026 
MAR78 15522-90026 


OCT72 15526-95026 
MAY78 


FEB71 15530-95025 
OcT72 18533-95026 
DEC82 15533-90025 
FEB71 15537-95025 
ocT72 15549-95025 


OCT72 45550-95025* 


SEP83 15550-90026 
DEC79 15550-90027 
JUL77 15570-90025 
AUG80 15575-90025 


AUG80 15575~90025 
AUG8O 15575-96025. 
AUG8O. 15575-90025 


Aus80 15575-90025 


Rarer . 


8 01 
8L 01 
8L 01 
BL 01 


BL 01 


BL 01 


04 
01 


FICHE PART M PD » 
NU DATE NUMBER LT Vv 
#e* DESCRIPTION *&* DESCRIPTION #** DESCRIPTION aK DESCRIPTION kkk DESCRIPTION. tect 


BL 01 
01 
BL 01 
01 
BL 01 


01 


01 
01 
8L 01 
C1 
01 
01 


0 
01 
01 


FICHE PART MP OD OP 


14.01 
14 01 
14 01 
14 01 
1401 
14 01 


1401, ae Deeper See 
14 01 USE 15520A FICHE 15520-90026 


14 01 
14 01 USE 155218 FICHE 15521-90025 
14 04 
14.01 
14 01 


CABLES 


CABLES 


14 01 
CABLES 


14 01 
14 01 

14 01 

14 01 

14 01 

14 01 USE 155508 FICHE 15550-90026 
14 01 

14.01 

14 ( 


14 


14 C 


PAGE 62 


"PAGE 63 


TFQTAGO 
1701A-01! 
1701A-01 
1701 0-02 


417018 


11/08/85 
MODEL 
NUMBER 


"47024 


17034 


AT06A 


17066 


707A 


T1O7A-H6 


1707A-00 
-1707A-00 
1 707A-00 
1707A-01 
-1707A-02 


| sya 
aes. MODEL 


15575A 


155758 

2 oe ; -15575¢ 

se 155750. 
-ELERATOR CONN: : 

-1SS75E 


ee -91708/85 — 
deere MODEL 


; . NUMBER 
RIPTION sie 

: 15S75E 
1SS75F 
455756 
15575H 


15578A 

15578A-001 
45578a-002 
45578a-004 
are 15578A-005 
ELERATOR CONN 155788 

. | 15578B-001 
- COVERED 
Pages 155788-002 
ELERATOR CONN 


15578B-004 
155788-005 
155804 


15580a-001 


15580A-003 


15580A-004 


| 455814 


PAGE 49 


RIPTION x*% 


15580a-002 


15580A-D05 


11/08/85 
 PODEL 
NUMBER 


OPER & SERV NOTE 
MAN. CHANGE 


OPER & SERV NOTE 


MAN. CHANGE 


OPER & SERV NOTE 
HAN CHANGE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 


-. LITERATURE 
TYPE 


MAN CHANGE 
OPER & SERV NOTE 


‘MAN CHANGE 
OPER. & SERV NOTE 


MAN: CHANGE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 
OPER & SERV NOTE 
OPER & SERV NOTE 
OPER & SERV NOTE 
OPER & SERV NOTE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 
MAN. CHANGE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 
MAN. CHANGE 


OPER & SERV NOTE 
MAC CHANGE 


OPER & SERV NOTE 
MAN. CHANGE 


OPER & SERV NOTE 
MAN CHANGE 


OPER & SERV NOTE 


- MAN CHANGE 
OPER & SERV NOTE 


MAN: CHANGE | 
OPER & SERV NOTE 


0 LITERATURE 
SE EYRE 


FEB78 15575-90000° 


JUN79 15575-90000 


-FEB7e 15575-90000 
JUN79 15575-90000 


FEB78 15575-90000 


JUN79 15575-90000 


FEB78 15575-90000 - 
JUN79. 05575-90000 _ 


FEB78 15575-90000 


AUG8O 15575-90025 


Aue80 15575-90025 


AUGBO 15575-96025 


“‘AUGBO 15575-90025. 


AUG80 15575-90025 


BL 01 14 01 
BL 01 14:01 


8L01 14 01. 


8L 01 14 01 


BL 01 14 01 


H/C PART. FICHE FICHE PART M P DP 


ER 


NUMB NUM 
eke DESCRIPTION *** DESCRIPT 


15575-90000 


15575-90000 
15575-90000 


15575-90000 
15575-90000 


15575-90000: 
15575-90000 


15578-90000 
15578-90000 
15578-90000 
15578-90000 
15578-90000 


15578-90001 
15578-90001 


15578-90001 
15578-90001 


15578-90001 
15578-90001 


15578-90001 
15578-90001 


15578-90001 
15578-90001 


15580-90000 
15580-90000 


15580-90000 
15580-90000 


15580-90000 
15580-90000 


15580-90000 
15580-90000 


15580-90000 
15580-90000 


15580-9000) 
15580-90000 


15581-90000. 


‘ teeée AE CCD TD 


H/C) WéC PART FICHE OF 
DATE NUMBER. 


TT 


DATE 


DATE 


AUG8O 15575-90025 
AUG80 15575-90025 


AUG80 15575-90025 
AUG80 15575-90025 


MAR78. 15578-90025 
MAR78 15578-90025 
MAR78 15578-90025 
MAR78 15578-90025 
MAR78 15578-90025 
AUG8O 15578-90026 


AUG80 15578-90026 
AUG8O 15578-90026 


AUGSO 15578-90026 


AUGBO. 15578-90026 


MAY82 15580-90025 


MAY82 15580-90025 


MAY82 15580-90025 


~ MAYB2 15580-90025 
MAY82.. 15530-90025 


~ MAY82 15580-90025 


JUL?7 15581-90025 


ICHE PART MP OD OP 
NUMBER ' 


AM @e¢ RECRRTOTIA=: +54 ACOrAthrTAn 244. RERAR SNe TAAl dc RPAAKSRw AAD Lak 


8L 01.14 
8L 01 14 


8L 01 
8L 01 


BL | 
8L 
8L 
8L 
8L 
8L 


8L 
BL 
BL 
BL 
BL 
BL 
BL 01 
8. 01 
BL 01 
8L 01 


8L 01 


PAGE 63 


BER LTV 6 oe 
ION #** DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *te 


PAGE 64 


| vvosvas 
MODEL 


1707A-005 
1707-008 
1707A-005 


-4707A-01¢ 
1707A-02C 


“| 11708785 
MODEL 


NUMBER 


1078 


| 17078-H60 


-97078-020 


_ | 7078-300 


| azov08 


| 47100. 


17108 


NOMBER 


“+ PAGE 49 


IPTION wie 


A/C=3 
DES 


oe 
A5Q41 
ADJUSTHENT 

x PERSISTANCE 
IABILITY a 
v / RELIABILITY 


SUPPLY 
LOW 


OVE 


~3283 
CRT REPL 


PAGE 50. 


ie ke a a! 


SUS Wee h - BVUREF Te sOU FU 


15580A-003 OPER & SERV NOTE —NOV76 15580-90000 MAY82 15580-90025. aL 01 14 01 


MAN CHANGE JUL77 15580-90000 

15580A-004 OPER & SERV NOTE -NOV76 15580-90000 = MAY82 15580-90025 8L 01 14 01 
MAN CHANGE JUL77 15580-90000 cine” 

15580A-005 OPER & SERV NOTE — NOV76 15580-90000 MAY82 15580-90025 8L 01 14 01 
MAN CHANGE | JUL77. 15580-90000 : 


| 15581A OPER & SERV NOTE NOV76 15581-90000 Et JUL7? 15581-90025 8L 01 14 01 


11/08/85 - er as = PAGE 64 
MODEL 0 -. LITERATURE H/C: H7¢ PART FICHE FICHE cet MPD OP 
NUMBER c TYPE — CATE NUMBER DATE NUMBER Lost VG 
: cise 4 *kx DESCRIPTION 2% DESCRIPTION Rak DESCRIPTION kik DESCRIPTION kk: DESCRIF TION tikk 


-15581A-001 OPER & SERV NOTE —_NOV76 15581-90000 JUL77 15581-90025 8L 01 14 01 
‘15581A-002 «—«s«OPER & SERV NOTE —-NOV76 15581-90000. —-JUL77 15581-90025 8L 01 14 01 
15581A-003. OPER & SERV NOTE NOV76 15581-90000‘ JUL77 15581-90025 aL 01.14 01 
J55B1A-008 OPER & SERV NOTE NOV76 15581-S0000 —-JUL77 15581-90025 8L 01 14 01 
1S581A-U05 «OPER & SERV NOTE —-NOV76 15581-90000 —-«JUL77 15581-90025 BL 01 14 01 
155818 OPER & SERV NOTE —_FEB78 15581-90001 MAR78 15581-90026 St 01 14 01 
155816-G01 «OPER & SERV NCTE —_—-FEB78 15581-90001 MAR78 15581-90026 8L 01 14 01 
155818-002 OPER & SERV NOTE — FEE78 15581-90001 MAR78 15581-90026 &L 01 14 01 
155818-003 «OPER & SERV NOTE . FER78 15581-90001 MAR78 15581-90026 8L 01 14 01 
155818-004 OPER & SERV NOTE —- FEB7& 15581-90001 MAR78. 15581-90026. 8L 01 14 01 
-15587B-005 «OPER. & SERV NOTE ——-FEB78 15581-90001 MAR78 15581-90026. 8L 01 14 01 


15582A OPER NOTE MAY76 15582-90006 JUL77 15582-90025" 8L 01 14.01 USE 15582A FICHE 15582-90026 
OPER NOTE SEP80 15582-90001 OCT8O 15582-90026 8L 01 14 01 


15585A OPER NOTE APR76 15585-90000 AUG8O 15585-90025 8L 01 14 01 
: MAN CHANGE MAY80 15585-90000 


15587A OPER & SERV NOTE BDEC77 15587-90000 AUG8O 15587-90025. 8L 01 14°01 
MAN CHANGE MAR8O 15587-90000 


15587A-001 OPER & SERV NOTE — DEC77 15587-90000 AUG8O 15587-90025 8L 01 14 01 
HAN CHANGE MAREO 15587-90000 


15587A-002 OPER & SERV NOTE DEC7? 15587-90000 AUG80 15587-90025. 8L 01 14 01 
MAN CHANGE MAR8O 15587-90000 


15587A-003 OPER & SERV NOTE DEC?7?. 15587-90000 AUG80 15587-90025 8L 01 14:01 
MAN CHANGE MAR80 15587-90000 


15587A-004 OPER & SERV NOTE DEC?77 15587-90000 AUG80 15587-90025 8L 01 14.01 
MAN CHANGE __ MAR8O 15587-90000 


15587A-005 . OPER & SERV NOTE DEC7? 15587-90000 AUG8O. 15587-90025  8L 01 14 01 
MAN CHANGE: MAR80. 15587-90000 = 


15588A OPER & SERV NOTE —_ FEB78 15588-90000 AUG80 15588-90025 8L 01 14 01 
- MAN CHANGE  MAR8O. 15588-90000 


15588A-001 «OPER & SERV NOTE — FEB78 15588-90000 © AUGBD 15588-90025 8L 01 14 01 
MAN CHANGE -MAR8O 15588-90000 


15588A-002 OPER & SERV NOTE. FEB78. 15588-90000 AUG8O 15588-90025 8L 01 14 01 
MAN CHANGE MAR8O. 15588-90000 


41/08/85 ee ee Be 7 , oe ee PAGE 65 
MODEL LITERATURE H/C. =SCS*H/C PART cme “FICHE PART MOP OD £ Ss 


NUMBER = CsCTYPE DATE 


NUMBER ATE NUMBER LT. 
kk DESCRIPTION tik DESCRIPTION fick DESCRIPTION ek DESCRIPTION feieia DESCRIPTION. tik 


11/08/85 
MODEL. ~ 
NUMBER 


471070 


171080 


17108AM 


| 17128 | 


1715A 


1715A-005 
17170A 
17174A 


17172A 


41/08/85 
MODEL, 
NUMBER 


oe ee Pee ee ae ee came Se seh U Ia Te ee raat View Sete eg RET! | os Re ey eae age fe le ohh ig a ee ee ae a a ite int Wee we Fe Ow 


MAN CHANGE MAR8O 15587-90000 i x 


17170A 


15588A OPER & SERV NOTE — FEB78 15588-90000 =» AUGBD 15588-90025 BL 01 14 01 

NAN CHANGE. MARSO 15588-90000. : : non 

15588A-001 OPER & SERV NOTE | FEB78. 15588-90000 —- AUG8O 15588-90025 8L 01 14 01 : 
MAN CHANGE MAR8O 15588-90000 ome cael 

155801002 OPER & SERV NOTE | FE®78 15588-90000 AUG8O 15588-90025 8L 01 14 01 


MAN CHANGE ~~ MARBO 15588-90000 


PAGE 50 7 41/08/85 a | ee : Pace 65 | —'(|-11/08/85 
MODEL. 0 LITERATURE. H/C H/C PART. FICHE FICHE PART M PD P See MODEL 
NUMBER Cc TYPE DATE NUMBER DATE NUMBER LL TVG. NUMBER 
TION wee . . wee DESCRIPTION *** DESCRIPTION ** DESCRIPTION *** DESCRIPTION kick DESCRIPTION trick ; \ 
RATOR CONN ee a : : of | 979720 
: 15588a-C04 OPER & SERV NOTE  — FEB78 15588-90000 AUG8O 15588-90025 8L 01 14 01 : 
‘MAN CHANGE MARBO. 15588-90900 | 17173A 
a ae --15588A-005 OPER A SERV NOTE FEB78 15588-90000 AUG8O 15588-90025 8L 01 14 01 
22 : MANC “8 MAR80 15588-90000 
| 155894 —=sCOPER NOTE ——=S=—=—SCAPR77 15589-90000 —-JULT7 15589-90025 L 01 14 01 7 : ee 
15590A OPER NOTE NOV76 15590-90000 AUG80 15590-90025 8L 01 14 01 : 17174A 
MAN CHANGE JUN8O. 15590-90000 ag a7i7eh 
45591A OPER NOTE MAY76 15591-90000 JUL77 15591-90025 8L 01 14 01 ; 
15592A " ‘OPER NOTE WAY76. 15592-90000 JUL77. 15592-90025. 8L 01 14 01 ; 
15593A OPER NOTE -- MAY76 15593-90000 =» JUL77._ 15593-90025 8L 01 14 01 17176 
15600A OPER NOTE JUN8O0 15600-90000 AUG80 15600-90025* 8L 01 14 01 USE 15600A FICHE 15600-90026 
. OPER NOTE NOV80 15600-90001 FEB81 1560C-90026* 8L 01 14 01 USE 15600A FICHE 15600-90027 — 
OPER NOTE NOV82 15600-90002 FEB83 15600-90027 8L 01 14 01 ia 
15601A OPER NOTE JUN8O 15600-90000  AUG8O 15600-90025* 8L. 01 14 01 USE 15601A FICHE 15600-90026 o Lig ee 
OPER NOTE NOV80 15600-90001 FEB81 15600-90026* 8L 01.14 01 USE 15601A FICHE 15600-90027 : ' 
OPER NOTE NOV82 15600-90002 FEB83 15600-90027 8L 01 14 01 a | 177784. 
15602A OPER NOTE JUN8O 15600-90000 AUG8O 15600-90025* 8L 01 14 01 USE 15602A FICHE 15600-90026 
OPER: NOTE NOV80 15600-90001 FEB81 15600-90026* 8L 01 14 01 USE 15602A FICHE 15600-90027 1720A 
. OPER NOTE NOV82 15600-90002 FEB83. 15600-90027 8L 01 14 01 
15GO3A OPER NOTE JUNB80 15600-90000 AUG80 15600-90025* 8L 01 14 01 USE 15603A. FICHE 15600-90026 
OPER NOTE NOV8O 75600-90001 FEB81 15600-90026* 8L 01 14 01 USE 15603A FICHE 15600-90027 
OPER NOTE NOV82 15600-90002 FEB83 15600-90027 .8L 01 14 01 
: . {5609A OPER NOTE JUN80 15609-90000 AUG80 15609-90025 8L 01 14 01 
ERATOR CONN 1580A OPER & SERV MAN APR71 01580-90901 AUNG71 01580-90801 01 08 02 
poe MAN . CHANGE MAY71. 01580-90901 
160A OPER INSCTRUC APR63 5950-1664 SEP82 5950-1927 8L 01 21:01 
OPER & SERV MAN MAR60 1604-901 APR71 160A-801 94 08 03 
1608 OPER & SERV MAN JAN62 160B-S00 NOV75 1608-800 8L 01 08 03 
MAN CHANGE FEB65 1608-900 
MAN SUPP” JANOO 1608-900 
' 160B-HO2 OPER & SERV MAN JAN62 160B-900 NOV75. 1608-800 BL 01 08 03 
MAN CHANGE FEB65 1608-900 
MAN SUPP _ JANOO 1608-900 
1600 SERV NOTE SET BELOW MAY78 z ; 1720AF 
: 1ESDA/E~102S1A/B=1 DEC74 WN FIELD. REPAIR KIT.SUPER 1601A=2. a eee 
0230B-1 FEB76. WO 10230B CLOCK PROBE ACCESSORY.MOD TO IMPR LO LEVEL THRESHOLD RECOGNITION WITH = : 
Pen D HIGH LEVEL INPUT SIGNALS oe vos dD 1722K 


-PAGESY | AVON ie ie cee So PAE 6B | 44/08/85 
ae MODE 0 LITERATURE = sH/C_~—sH/CPART.—FICHE FICHE PART MOP OD P ae rcs ee MODEL 
ae do NUMBER Co TYPE. DATE NUMBER DATE NUMBER = =L TV 6 fl ~ NUMBER 
TION wee = ie ae tik DESCRIPTION laine DESCRIPTION wee DESCRIPTION *#* DESCRIPTION ##H DESCRIPTION wee 
—f | 6008 OPER & SERV MAN JUL76 01600-90906 _ ECTS 01600-90803« BL 01 08 03 USE 1600A FICHE 01600-90805 Seen wed 17s) 


OPER @ SERV. MAN: JiN77 N14nn-on -_-Wan7? neaanneonante.. AQ ec 424 TeLeE Aan_anenz 


PAGE 51 


ION. wire 


ATOR CONN 


ATOR CONN 


PAGE 52 - 


LON dick 


11/08/85 
MODEL. 
NUMBER 


16000 


- 1600A-580 


16005A 
16008A 


OPER & SERV MAN 
MAN CHANGE 
MAN SUPP 


SERV NOTE SET BELOW 


JAN62 1608-900 
FEB65 1608-900 
_JANOO 1608-900 


NOV75 1608-800 


MAY78 . ; 
10230A/8-10231A/B-1 DEC74 WN FIELD REPAIR KIT. SUPER 1601A-2_ 
102308-1 OU: FEB76 WO 10230B CLOCK PROBE ACCESSORY.MOD TO THPR LO LEVEL THRESHOLD RECOGNITION WITH 
= HIGH LEVEL INPUT SIGNALS 


CONT'D 


“LITERATURE 
TYPE 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV M 

SERV NOTE ser “SELON 


1600A-0 


1600A-1 
1600A-2 
1600A-3 
1600A-4 


OPER & SERV MAN 
OPER & SERV MAN 
OPER &© SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOT 


H/C PART 


NUMBER 


JJL76 01600-90904 
JAN77. 01600-90905 
ates plecassoaus 
JUN78 01600-90907 
SANT 01600-90908 

JUN8O 01600-90910 


8L 01.08.03 


PAGE 66 


FICHE . FICHE Aad M POD P 
DATE NUMB LT VG 
ekK- DESCRIPTION xx DESCRIPTION wee DESCRIPTION wick DESCRIPTION ee DESCRIPTION tek 


DEC76 01600-90804* 
MAR77. 01600-90805* 
APR78 01600-90806* 
AUG78 01600-90807* 
MAR79 01600-90808* 


LO 
seed 09600-90810 8L 01 d2 03 


OCT81 WN SERV NOTE INDEX 
APR77 WO SER 1631A03015 & BELOW.MOD TO ae DEFOCUSED DISPLAY 


MAY77 WO SER 1631A.PREFERRED REPLMENT FOR A 


08 03 USE 1600A FICHE 01600-90805 . 
08 03 USE 1600A FICHE C1600-90806 
08 03 USE 1600A FICHE 01600-90807 
08 03 USE 1600A FICHE 01600-90808 
08 03 USE 1600A FICHE 01600-90810 


DEC79 WO SER 1714A05004. & BELOW.MOD TO PREVENT INCORRECT DATA STORAGE INTO cng TABLE 
OCT81 WN SER 2009A05604 & BELOW.REC REPL 8 


JAN77 01600-90905 
JAN78 01600-90906 
JUN78 01600-90907 
JAN79 01600-90908 
JUN8O 01400-90910 


NOV83 16005-90000 
MAR74 16008-99000 


APR79 16008-99001 
APR82 16008-90001 


MAR77 01600-90805* 
APR78 01600-90806« 
AUG78 01600-90807* 
MAR79 01600-90808* 
SEP80 04600-90810 


JANS4 16005-90050 
JUN74 16008-99050* 


AUG79. 16008-9905 1* 
APR83 16008-90051 


PROC FOR IC A1U80 


8L 


08 03 USE 1600A-580 FICHE 01600-90806 
08 03 USE 1600A-580 FICHE 01600-90307 
08 03 USE 1600A-580 FICHE 01600-90808 
sed 03. USE 1600A-580 FICHE 01600-90810 


33.01 
3301 USE 16008A FICHE 16008-99051 


= USE 16008A FICHE 16008-90051 


E 
SERV NOTE SET BELOW MAY78 
16008A-1 MAR71 ILLUSTRATED PARTS IDENTIFICATION 


1601A OPER & SERV MAN FEB74 01601-90903 SEP85 01601-90803 8L 0) D2 
MAN CHANGE FEB?75 01601-90903 


SERV NOTE SET BELOW JANB2 

10230A/8-10231A/8-1 DEC74 WN FIELD REPAIR KIT.SUPER 1601A-2 

102308-1 FEB76 WO 102306 CLOCK PROBE ACCESSORY.MOD TO IMPR LO LEVEL THRESHOLD RECOGNITION WITH 
CONT'D HIGH LEVEL. INPUT SIGNALS 

1601A~1 FEB74 WO SER 1338A + DOWN. TRANSFORMER REPL 


1602A ++ OPER & SERV MAN MAR78 01602-90902 MAR78 01602~90802* 8L 01 08 02 USE 1602A FICHE 01602-90864 | 
OPER & SERV MAN JAN79 01602-90904 FEB79 01602-90804 8L 01 02 


16021A OPER NOTE NOV74 16021-99000 SEP85 16021-99050  8L 01 01 


- 16022A OPER NOTE NOV74. 16022-99000 JAN75 16022-99050* 01 01 USE 16022A FICHE 16022-90051 
OPER NOTE JUN80 16022-90001 AUG80 16022-90051 8L 01 01 


16023A | “OPER NOTE APR84 16023-90000 JUN84. 16023-90050 8L 01 01 
“OPER NOTE NOV74 16023-99000 JAN75. 16023-99050 . 01 01 


160238 OPER NOTE _.MAR80 16000-90000 MAY80 16000-90050* 8L 01 USE 160238 FICHE 16000-90051 
OPER NOTE — AUG8O 16000-90001 SEP80. 16000-90051* 8L 01 01 USE 160238 FICHE 16023-90060 
OPER NOTE. - -MARB2. 16023-90010 APR83 16023-90060 &8L 01 01 


16032A OPER NOTE NOV74 1snze 277000 JAN7S 16032~99050* 01 33 
OPER NOTE MAR82 16032-90001 MAR84 16032-90051. 8L 01 
MAN CHANGE — | DEC83 16032-90001 


 T6OTA/L 


1 USE 16032A FICHE 16032-90051 


11/08/85 et ; ve oes _ PAGE SF 
MODEL O-. LITERATURE H/C... H/C: PART. _ FICHE - FICHE PART. M PD s 
NUMBER C: TYPE DATE (NUMBER DATE NUMBER LTV 
ae ae Sy eee ea alad DESCRIPTION ialaiel DESCRIPTION wee DESCRIPTION Lalalel ‘DESCRIPTION tek DESCRIPTION Call 
16033A “OPER NOTE : _ NOV74 16032-99000 JANTS- 46032-99050" 01 33 01 USE 16033A FICHE 16032-90051 
BAe, + OPER NOTE o>: MAR82 16032-90001 MARES Jegnere0nss. 8L. 01 33 01 
~ MAN: CHANGE DEC83 16032-90001 : 


1720AF 


1722A 


44/08/85 
MODEL: . 
NUMBER 


1722 


1722-001 
“1722A-003 
1720-011 
1722A-091 
--1722a-092 
1722A-093 

| 1722a-095 
1722A-096 
1722A-101 
17228 


11/08/85 
MODEL 
NUMBER | 


4725A 


PAGE 52 


11/08/85 
MODEL 
NUMBER 

IN tok 


16038A 


16039A 
16047A 


160478 
16047C¢ 


. 16047D 
16048A 


160486 


16048C . 


PAGE 53 : 11/08/45 
‘ ; : MODEL 

; NIMBER 

IN, tink meres 
160480. 


16053A 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE. 


MAN CHANGE 


LITERATURE 
TYPE. 


OPER. NOTE 


OPER NOTE 
MAN CHANGE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
MAN CHANGE. . 


PE TE 
MAN CHANGE 
OPER NOTE 
OPER NOTE 


OPER NOTE 
MAN CHANGE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
MAN. CHANGE 


“OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


.-GPER NOTE 


OFER NOTE 
MAN CHANGE 


LITERATURE 
TYPE 


OPER NOTE 
OPER NOTE» 


OPER NOTE: ° 


AUG80 
MARB2 


H/C 
DATE 


NOV74 
MAR82 
DEC83 


MAR80 
AUG80 
DEC81 


-OcT82 


MAY?1 
AUG76 
AUG?77 
DEC81 


MAY71 
FEB76 
AUG77 
APR81 


NOV74 
DEC81 


NOV74 


MAREO 
AUG80 
JAN83 
SEP83 


MAR8O 
AuG80 
FEBB1 
NOV84 


MAR8O 
AUG80 
MAR82 
MARS3 


AUG8S 


MAR80 
AUG80 
ocTs83 


MAR80 
AUG80 
OCT83 


MAR80 
AUG80 
FEBB1 
OCTBb2 
AUG83 


H/C 
DATE: 


16000-90001 
16023-90010 
16032-99000 


16032-90001 
16032-90001 - 


H/C PART 


NUMBER DATE { TN G 
wk DESCRIPTION **% DESCRIPTION *#* DESCRIPTION *&* DESCRIPTION *** DESCRIPTION wie 


16032-99000 
16032-90001 
16032-90001 


16000-90000 
16000-90001 
16034-90010 
16034-90010 


16035-99000 
16035-99001 
16035-99002 
16035-90003 


16036-99000 
16036-99001 
16036-99002 
16036-90002 


16038-99000 
16038-90001 


16039-99000 


16000-90000 
16000-90001 
16047-90000 
16047-90000 


16000-90000 
16000-90001 
16047-90010 
16047-90010 


16000-90000 
16000-90001 
16047-90020 
16047-90020 


16047-90300 


16000-90000 
16000-90001 
16048-90000 


16000-90000 
16000-90001 
16048-90010 


16000-90000 
16000-90001 
46048-90020 
16048-90021 
16048-90021 


H/c PART 
NUMBER 


SEPS3 16048-90030 


~ MARBO: 04140-90100. 


MARS2 04140-90101 


a Salleh sth iad m= §iwVewy 1s wu 7 


SEP80. 16000-90051* 8L 01 33 a1 USE 160238 FICHE 16023-90060 
APR83S 16023-90060 8L 01.33 0 


JAN75 16032-99050* 01 33 USE 16032A FICHE 16032-96051 


-MARB4 16032790051 8L 01.330 


FICHE FICHE PART M P DP 


NUMBER 


—JAN75 16032-99050* | 


01 USE 16033A FICHE 16032-90051 
MAR84 16032-90051 33.01 


MAY80 46000-90050 160348 FICHE 16000-90051 
SEP80 16000-90051* 160348 FICHE 16034-90060 
APR83 16034-90060 


SEP71 16035-99050* 16035A. FICHE 46035-99051 


JUL?77 16035-99051% 16035A FICHE 16035-99052 


SEP77 16035~99052* 16035A FICHE 16035-90053 


APR83. 16035-90053 


JUN75 16036-99052* 16036A FICHE 16036-99051 
SUL?77. 16036-99051* 16036A FICHE 16036-99052 


SEP77 16036-99052* 16036A FICHE 16036-90052 


MAY81 16036-90052 


JAN75 16038-99050* 16038A FICHE 16038-90051 
APR83. 16038-90051 


~ SEP85 16039-99050 


MAY80. 16000-90050* | 1$047A 
SEP80. 16000-90051* 16047A 
MAR84 16047-90050 


16000-90051 
16047-90050 


MAY80 16000-90050* 160478 FICHE 16000-90051 
SEP80 16000~-90051* 16047B FICHE 16047-90060 
APR85. 16047-90060 


MAY80 16000-90050* 16047C 
SEP80 16000-90051* 4$047C 
JUN83. 16047-90070 


16000-90051 
16047-90070 


NOV8S 16047-90350 


MAY80 16000-90050* 16043A FICHE 16000-90051 
16000-90051* 16048A FICHE 16048-90050 
16048-90050 


16000-90050* 8! 160488 FICHE 46000-90051 
16000-90051* 1604868 FICHE 16048-90060 
16048-90060 


16000-90050" 8L 33 16048C FICHE 16000-90051 
16000-96051* 16048C FICHE 16048-99070 
16048-90070* 3E 16046C FICHE 16048-90071 
16048-90071 8. 01 capes 


._ FICHE FICHE PART M POD P 
DATE NUMB LT VG 

kk ‘DESCRIPTION akK DESCRIPTION hk DESCRIPTION » ik DESCRIPTION wiek DESCRIPTION wick 
JUNB4 16048-90080 8L 01 33 01 


MAY80 04140-90150* BL 01 33. 01 USE 16053A FICHE 04140-90151 
MARS3 04140-90151 8L 01 33 01° FOR MOD 4140A/B PA/DC. VOLTAGE SOURCE 


“141708785 
MODEL 


0 
NUMBER 


17250 


1725A-HO8 
1725A-H14 
1725-005 


“472514 
q72524 
17253A 
1726A 


‘| 17270 


11/08/85 
MODEL 
NUMBER 


ao 


TTADA 


CLEAR 


CATION 


16057A 


a “460710 


OUSOU 


91/08/45 
MODEL 


MBER 
160480 
‘16053A 
16054 
16055A 


460560 


OPER NOTE 
®>ER NOTE 
GER NOTE 

MAN CHANGE | 


LITERATURE 
TYPE 


OPER NOTE 


- OPER NOTE 


OPER NOTE 


~ OPER NOTE 


OPER .NOTE 


OPER NOTE 
OPER. HOTE 


OPER NOTE 


- OPER NOTE 


16058A 
16059A 
160644 


16065A 
46066A 


- 46067A 


16068A 
16069A 


607A 


OPER. NOTE 


OPER NOTE 
MAN CHANGE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
MAN. CHANGE 


OPER NOTE 


OPER NOTE 
MAN CHANGE 


OPER NOTE 
MAN CHANGE 


OPER NOTE 
MAN CHANGE 


OPER NOTE 
MAN .CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


wey CHANGE 
V_NOTE SET BELOW 


1OsS0H/B-102814/6~1 


1607-580 


91/08/85 
—. MODEL 


NUMBER 


1 Vaarba: 


OPER NOTE ——i«ws 

MAN CHANGE 
OPER NOTE 

MAN CHANGE 


1607A-2 


OPER & SERV MAN 
MAN. CHANGE 


LITERATURE 
TYPE 


RARCU 1OUUU"7LUUU 


- AUG80 16000-90001 


FEBB1 16048-90020 
OcT82 16048-90021 
AUG83 16048-90021 


H/C H/C PART 
DATE NUMBER 
SEP83 16048-90030 


MAR8O 04140-90100 
MAR82 04140-90101 


MAR8SO 04140-90100 
MAR82 04740-90101 


MAR8O 04140-90100 
MAR82 04140-90101 


MAR8O 04140-90100 


MARS2. 04140-90101 


MAR80 16057-90000 
APR81 16057-90001 
AUG84 16057-90001 


MAR82 16058-90000 
JUL85 16059-90000 


NOV82 16064-90000 
DEC82 16064-90000 


SEP82 16065-90000 


JAN84 16066-90000 
APR84 016066-90000 


JAN84 16067-90000 
APR84 016067-90000 


JAN84 16068-90000 
APR84 016068-90000 


JAN84 16069-90000 
APR84 016069-90000 


OCT76 01607-90903 
JAN78 01607-90904 
JUN?8 01607-90905 
MAY79 01607-90906 
NOV80 01607-90907 
JAN81 01607-90907 


FICHE 
DATE ER LT V6 
week DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION **x* DESCRIPTION wit 


MAYSu 16U0U=70U5U0e 


SEP80 16000-96051* 


NUMB! 


JUN84 16048-90080. 


MAY80 04140-90150* 
MARS3 04140-90151 


MAY8O 04140~-90150* 
MAR83 04140-90151 


MAY80 04140-90150« 
MARS3 04140-90151 


MAY8O 04140-90150« 
MAR8S 04140-90151 


MAY80 16057-90050* 
NOV84 16057-90051 
APR83 16058-90050 
NOV85 16059-90050 
JAN83 16064-90050 


NOV82 16065-90050 
JUN84 16066-90050 


JUN84 16067-90050 
JUNS4 16068-90050 
JUN84 16069-90050 


DEC76 01607-90803* 
APR78 01607~-90804* 
AUG78 01607-90805* 
JUN79 01607~90806* 
JUNS1 01607-90807 


JANS2 
DEC74 WN FEILD REPAIR KIT.SUPER 1601A-2 
FEB76 WO 10230B. CLOCK PROBE ACCESSORY.MOD. TO IMPR 
: HIGH LEVEL INPUT SIGNALS 
OCT81 WN SERV NOTE INDEX 
MAR76 WO ALL SER.PREF FOR FUSES A3F2 + A3F3 
OCT81 WN SER 2005A04086 & BELOW.REC REPL PROC FOR 


NOV80._01607-90907 
JAN81 01607-90907 


H/C PART 
NUMBER 


FICHE 


ATE 


SL O01 3. 
8L.01 33. 01 USE 16048C FICHE 16048-99070 

L O01 33-01. USE 16048C FICHE 16048-90071 
NOV83 16048-90071 8L 01 33 01 ; 


~ MAR81 16048-90070 8L 


8L 


8L 
8L 


8L 
8L 


8L 
8L 


8L 
8L 
BL 
8L 
8L 
8L 
8L 


8L 
8L 


BL 


8 
8L 


01 


01 
01 


01 
01 


01 
01 


01 
01 


01 
01 


01 
01 
01 


01 
01 


01 


01 


33 


33 
33 


33 
33 


33 
33 


33 
33 


33 
33 


33 
33 
33 


33 
33 


33 


33 


33 


7 USE 16048¢ 


FICHE PART M PD P~ 


01 


01 
01 


01 
01 


01 
01 


01 
01 


01 
01 


01 
01 
01 


01 


Ic 


JUN81 01607-90807 8L 01 D2 03 


ae PART MPD f 


FICHE 16000-90051 


PAGE 68 


USE 16053A FICHE 04140-90151. 
FOR MOD 4740A/B PA/DC VOLTAGE SOURCE 


coe 16054A FICHE 04140-90151 | 
OR MOD 4140A/B PA/DC VOLTAGE SOURCE 


USE 16055A FICHE 04140-90151 
FOR MOD 4140A/8 PA/DC VOLTAGE SOURCE 


USE 16056A FICHE 04140-90151 
FOR MOD 4140A/B PA/DC VOLTAGE SOURCE 


USE 16057A FICHE 16057-90051 


USE 1607A FICHE 01607-90804 
USE 1607A FICHE 01607-90805 
USE 1607A FICHE 01607-90806 
USE 1607A FICHE 01607-90807 


LEVEL THRESHOLD RECOGNITION WITH 


A1U80 


PAGE 69 


D NUMBER LTV 
wkK DESCRIPTION bahaiel DESCRIPTION kk "DESCRIPTION kik. DESCRIPTION akk r DESCRIPTION wick 


JANS4 16070-90000 
=“ APRB4 016070-90000 


JANES. 16071-90000 


= SPRPRA: 1144N71—-0n 


JUNB4 16070-90050 ‘él 01 33 a 


~ JUNS4 16071-90050 8L 01 33.91 


41/08/85 
MODEL 


NUMBER 


17404 


| 1740-005 


174DAF 
497408 
174004 
174014. 


17402A 
17403A 


17A04A 
17M1A 


4741 A-002 


11/08/85 
MODEL 
NUMBER 


“ATH A003 
1741A-005 


egja: "3a 


1607A-1 MAR76 WO ALL SER.PREF FOR FUSES A3F2 + A3F3- 1 


1607A-2 OCT81 WN SER 2005A04086 & BELOW. REC REPL PROC FOR IC A1U80 a ( 
1607A-580 OPER & SERV MAN NOV8O: 01607-90907 JUN81 01607-90807 8L 01. D2 03 : 4 1741-002 OF 
.. MAN CHANGE _/.... JAN8T. 01607-90907 : ee a cea at es ee [ 


41/08/85 ona LP Tae: PAGE 69 11/08/85 
MODEL 0 LITERATURE. H/C H/C. PART FICHE FICHE PART M Po DP MODEL Q 


NUMBER c TYPE. DATE NUMBER NUMBER Cc 


DATE NUMBER LT VG 
“tie DESCRSPTION. ake DESCRIPTION *e* DESCRIPTION *#* DESCRIPTION *ke DESCRIPTION ee 
1741-003 OPI 


16070A OPER NOTE JANB4 16070-90000  JUN84 16070-90050 8L 01 33 91 
Ene MAN. CHANGE APR84 016070-90000 17414-005 oP' 
160714 OPER NOTE  JANB4 16071-90000 —--JUN84 16071-90050 8L 0132-91 oe, 
see MAN CHANGE APRS4 016071-90000 W7A1A-101 oP! 
16072A OPER NOTE JAN84 16072-90000 JUN84 16072-90050 8L 01 33 01 ae 
. “MAN CHANGE APR84 016072-90000 1742 op 
Pi 
160744 . ~—_—sOOPER NOTE - JUL81 16074-90000 == MAY83.-16074-9005G 8L 01 33 01 MAI 
ee MAN CHANGE - JANB3. 16074-90000 . SE 
16075A OPER NOTE JAN84 16075-90000 © APR84 16075-90050 8L 01 33 01 Bis 
160760 OPER NOTE JAN84 16076-90000 — APRB4 16076-90050 8L 01 33 01 7 
46077A OPER NOTE JAN84 16077-90000 —« JUN84- 16077-90050 8L 01 33 01 471 
MAN CHANGE APR84 016077-90000 17 
cf 
16079, OPER NOTE NOV84 16079-90000 FEB85 16079-90050 8L 01 33 01 
1742A/005 OP 
16080A OPER NOTE JUL83 16080-90000 -«» SEP83._ 16080-90050 8L 01 33 01 Maa : 
: : . : 3A PI 
| 160818 OPER NOTE JUL83 16081-90000 SEP84 16081-90050 &8L 01 33 01 Ag OPI 
7 MAN CHANGE SEP83 16081-90000 ma 
16082A OPER NOTE JUL83 16082-90000 —- SEP84 16082-90050 8L 01 33 01 SEI 
etree MAN CHANGE SEP83 16082-90000 Bis 
16083A OPER NOTE JUL83 16083-90000 —- JUNB4. 16083-90050 8L 01 33 01 17% 
MAN CHANGE APR84 016083-90000 | 17 
| 16084 OPER NOTE SEP83 16084-90000 ©‘ DEC83 16084-90050 8L 01 33 01 171 
SERV NOTE SET BELOW JANBS : 171 
: 16084A~1 SEP84 WN ALL SER.DC RESISTANCE CALIB PROC 17: 
| cl 
16085A OPER NOTE AUG85 16085-90000 - NOV8S 16085-90050 @L 01 33 01 me 
160864 OPER NOTE AUG85 16086-90000 - NOV8S 16086-90050 @L 01 33 01 
0 
16091A OPER NOTE APR82 16091-90000 ——- APR83_ 16091-90050 8L 01 33 01 OPI 
MAN CHANGE MAR82 16091-90000 HA 
SEI 
16092A OPER NOTE APR82 16092-90000 - JUN84.- 16092-90050 8L 01 33 01 17! 
“MAN CHANGE APR84 16092-90000 : 1 
16093A ——=sOOPEER- NOTE “APR82 16093-90000 .  APR83 16093-90050 8L 01 33 01 17 
MAN CHANGE MAR82 16093-90000 io 
: f 
160938 ‘OPER NOTE DEC8O 16093-90010  MARS2 16093-90060 8L 01 33 01 47 
MAN CHANGE - MAR82_ 16093-90010 1 
4 
16094A OFER NOTE -=—S——SMAUGB2_ 16094-90000 ~—S—sAPR83 16094-90050 BL 01 33 01 eC 


-MAN CHANGE MAR82 16094-90000 


41/08/85 ee ace | : or PAGE 700 | 11/08/85 
MODEL LITERATURE H/C H/C PART FICHE FICHE PART MPD OP ee : MODEL 0 
NUMBER C TYPE DATE NUMBER DATE NUMB LT VG NUMBER Cc 
oe RE. DESCRIPTION kkk DESCRIPTION kkk Reson yr 20H ake PESERIETION kkk DESCRIPTION eek : 
eee oe pe PTNBA So OPE 
“16095A—=*=s«COPER NOTE. —=—S—=S=S& EBB. 96095-90000 _—_MARB1._ 16095-90050" BL 01 33 01 USE 16095A FICHE 16095-90051 Pern as ees MAN 
fo OPER NOTE MAR82 16095-90001 APRB3 16095-90051 8L 01 33 : Se 
| 160964 «OPER NOTE ‘Heap ove uon-aono on 38 oF oe es es on 174 


_ MAN CHANGE = JUL84 16096-90000 | 


160944 


11/08/85 
MODEL 
“NUMBER 


160954 
16096A 
‘160974 ~ 


16099A 
1610 


j 1610A-003 


16108 


16108-003 


611A 


11/08/85 
MODEL 


. AOTIA 


SAN LAANSE 


OPER NOTE 
MAN’ CHANGE 


SERV.M 


LITERATURE 
TYPE. 


MAN CHAN 


“Sety NOTE: SET BELOW 


_ MAY? 
 JUL80 


ARSE 


AUG82 
_MAR82 


TOUsZO"7UUTU 


16094-90000 
16094-90000 


01611-90909 


H/C PART 
NUMBER 


DATE NUMB! Ll TV 
‘tke DESCRIPTION kk DESCRIPTION kk DESCRIPTION ake DESCRIPTION tik DESCRIPTION tek 


-Aue82 02441-90909 
AUG77 WO. SER 165A00506 & BELOW. IMPROVED RELIABILITY MOD OF A3U6 (1820-1796) _ 


AUG77 WO SER 173AGUS65 & BELOW.MOD TO PREVENT BOTTOM COVER FROM SHORTING POWER SUPPLY soe 


APR83 16094-90050 8L 01 33.01 


OCT82 01611-90809. 8L 01 D2.93 


JUN8O 01611-90808* 8L 01 D2 O03 USE 1611A FICHE 01611-90809 


FICHE 


FICHE PART M POD P 


AeaBs 01611-90809 8L 01 D2 03 


_ SUL77 WO SER 1635A & BELOW. FUSE CHANGE TO PREVENT +5 VOLT SUPPLY FUSE FAILURE ~ 
JUL77 WO SER 1723A00590 & BELOW.POWER SUPPLY CURRENT LIMIT MOD 
~ DEC77 WO SER BELOW 1723A00696. TRACE POINT OUTPUT CORRECTION 


_-DEC77° WO. SER BELOW 1723A00700.MOD TO CORRECT RANDOM RECTION ccEnine ae 


PAGE 70. 11/08/85 
LITERATURE H/C H/C PART FICHE . FICHE PART. MP DP . MODEL 
os NPE DATE NUMBER DATE NUMBER LT VG ae NUMBER 

wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *+e 
4745A 
OPER NOTE FE881 16095-90000 MAR81 16095-90050* 8L 01 33 01 USE 16095A FICHE 16095-90051 
OPER NOTE MAR82 16095-90001 APR83 16095-90051 8L 01 33 01 ; 
OPER NOTE MAY82 16096-90000 . NOV84 16096-90050. 8L 01 33 01 
MAN. CHANGE JUL84 16096-90000 Sit 
. 1745a-005 
OPER NOTE APR82 16097-90000 MAY85 16097-90050 8L 01.33 01 
MAN CHANGE MAR85. 16097-90000 T746A 
OPER NOTE OCT81. 16099-90000 NOV81 16099-90056 8L 01 33°01 
OPER & SERV MAN JUL78 01610-90904 OCT78 01610-90804 8L 01 D2 03 SERIAL NOS PFXED BELOW 1940A 
MAN CHANGE SEP78 01610-90904 8 
OPER & SERV MAN NOV79 01610-90910 SEP80. 01610-90810* 8L 01 08 04 USE 1610A FICHE 01610-90814 
SERV MA JUN8O 01610-90914 FEB81 01610-90814* 8L 01 D2 04 USE 1610A FICHE 01610-90821. 1746A-005 
OPER GUIDE . . JUN8O: 01610-90916 OCT80 01610-90816 8L 01 D2 02 me 
INSTALL INSTRUCT JANOO 01610-90917 NOV81. 01610-90817. 8L 01 D2 01 175A 
SERV MAN AUG81 01610-90921 SEP81 01610-90821 -8L 01 D2 04 SERIAL NO PFXED 2134A & ABOVE 
-SERV NOTE SET BELOW JANS2 
1610A~1 MAR78 WO REC MOD TO EXTENDER BD WITH CONNECTOR REVERSED 
1610A-2 APR78 WO SER BELOW 00350.MOD TO PREVENT A9Q3 FAILURE hield REPL FOR A9U4) 
1610A-3A JUL78 WO SER 1733A & BELOW.PREF REPL FOR A10 PWR SUPPLY 8 
1610A-4-S OCT78 WO SAFETY.SER 1812A00645 & BELOW.ELIM OF POWER CINE. SOCKET SHOCK HZRD. 
1610A-5 OCT78 WO SER 1822A & BELOW & 01610-63005 SER BELOW 1806A01040.MOD TO PREVENT FUSE FAILURES. 
1610A~6 SEP78 WO MOD TO DISPLAY 6D TO IMPROVE PERF. 
1610A-7 DEC78 WN ALL SER.LOW VOLTAGE. PWR SUPPLY TROUBLESHOOTING. A 
1610A-8 JAN8O WO SER 1836A01319 & BELOW.MOD TO IMPROVE REL 
1610A-9 JANSO WA SER 1940A01704 TO 1940A01764.MOD TO IMPR PWR SUPP REG 
1610A~10 sAN8O WO SER 1940A01854 & BELOW.MOD TO ADD MORE BEEPS DURING 16104 POWER UP 
1610A-11 SEP80 WA SER 1936A & BELOW.NOTIF THAT REBUILT POWER een ARE AVAIL FOR REPL 
1610A-12 SEP80 WO SER 1940A.REC ROM REPL KITS IN EVENT OF ROM FAILURE j 
1610A-13 OCT&1 WA SER 213402062 TO 2134A02071.REC MOD TO CORRECT SPURIOUS SIGNALS “ 
OP & SERV MAN SVPP  DEC78 01610-90906 FEB79 01310-90806* 8L 01 08 01 USE 1610A-003 FICHE 01610-90818 
OP & SERV MAN SLOP AUG80 01610-90918 JUN81 01610-90818 8L 01 D2 02 
OPER & SERV MAN JUL79 01610-90907 AUG79 01610-90807* 8L 01 08 03 USE 16108 FICHE 01610-90813 750A 
OPER & SERV MAN MAR80 01610-90913 OCT8O 01610-90813* 8L 01 D2 04 USE 16108 FICHE 01610-90515 
SERV MAN JUN80. 01610-90915 FEG81 01610-90815* 8L 01 D2 04 USE 1610B FICHE 01610-90822 
OPER GUIDE UN8O 01610-90916 OCT8O 01610-90816 8L 01 D2 02 
Scey wai INSTRUCT JNAQO 01610-90917 NOV81. 01610-90817 8L 01 D2 01 17508 
SERV M. MAR81 01610-90922 AUG82 01610-90822 8L 01 D2 04 
MAN CHA NGE JUN82 01610-90922 
SERV. NOTE SET BELOW ANS2 
1610B-~1 JANBO WO SER 1940K00486" & BELOW. MOD TO ADD MORE BEEPS DURING 16108 POWER UP 
“: 1610B-2 SEP80 WO SER 1940A & BELOW.REC ROM REPL KIT IN EVENT OF ROM FAILURE. 
~ 1610B-3 OCT81 WA SER 2111A00954 TO 2111A01164.REC MOD TO CORRECT SPURIOUS SIGNALS : 47500 
A 
OP & SERV MAN SUPP MAR79 01610-90908 JUN?9 01610-90808 8L 01 D2 01 
OPER & SERV MAN FEB77 01611-90903 MAR77 01611-90803 8L 01 08 O02 USE 1611A FICHE 01611-90805 
OPER & SERV MAN APR78. 01611-90905 OCT78 01611-90805* 8L 01 08 03 USE 1611A FICHE 01611-90808 a 
OPER & wee MAN 9 01611-90908 TT501A 


PAGE 71. 11/08/85 
AGE 71 MODEL 


NUMBER 


475014 


175024 


ao: 


“ao 


a a oe ee eee TV TTR Pale WY $b FUCUO 


OPER & SERV MAN MAY79.-01611-90908 = JUN8O- 01611-90808* 8L 01 D2 03 USE 1611A FICHE 61611-90809 - ~ | 975018 OPER 
01611-90909“ OCT82 01611-90809. 8L 01 Dz 23 a | aa “ae 


SERV MAN JULBO 


MAN C 


11/08/85 ; PAGE 71. 11/08/85 
MOREL LITERATURE H/C. PART FICHE FICHE PART M PD P Lethe : ~ MODEL 0 I 
NUMBER TYPE NUMBER DATE NUMBER LTV 6 . a NUMBER c 
: kkk DESCRIPTION *** DESCRIPTION: *e% DESCRIPTION *** DESCRIPTION *** DESCRIPTION %* : ; : 
16110 MAN CHANGE AugB2 02<%1-90909 OC TB2 01611-90809 BL 01 D2 O5 ae V7S01A ‘SERV 
AUG77 WO SER 16Z5A00506 & BELOW. IMPROVED RELIABILITY MOD OF A3U6 (1820-1796) : 17501) 
AUG77 WO SER 173A0U565 & BELOW.MOD TO PREVENT BOTTOM COVER FROM SHORTING POWER SUPPLY 17501, 
JUL77 WO SER 1635A & BELOW. FUSE CHANGE TO PREVENT +5 VOLT SUPPLY FUSE FAILURE Bed 
SER 1723A00590 & BELOW. POWER SUPPLY CURRENT LIMIT MOD : 17502A | OPER. 
SER BELOW 1723A00696. TRACE POINT OUTPUT CORRECTION MAN Cl 
: SER BELOW 1723A00700.MOD TO CORRECT RANDOM INCORRECT TRIGGERING : SERV | 
1611A~7-S : SAFETY.SER 1723A00927 & BELOW.MOD TO PREVENT PWR SOCKET SHOCK HAZARD 17502! 
1611A~88 ie ' WO. SER 1837A02232 & BELOW.MOD TO ELIM BRIGHT SPOT ON CRT AFTER TURN OFF 17502: 
1611A-9 ALL SER.PREF CABLE REPL FOR MICROPROCESSOR PROBE & EXT PROBE ; : 17502) 
1611A=-10 : SER 2017A03322 & BELOW.REC REPL FLYBACK TRANSFORMER : : 

*10258B~1 : REC MOD TO “TRACE-THEN-WAIT/HOLD" TEST MODE FOR 1611A OPT ASD 17503A: OPER { 
10260A-1 ‘ WA SER 1838A00864 & BELOW. MOD TO CORRECT PEXCK TIMING PROB ite ; MAN CI 
10262A-1 “ DEC. SER 1818A00511 & BELOW.MOD TO 10262A PERSONALITY MODULE FOR INPUT SIG THRESHOLD DECT |. SERV. } 
102:54A~1 ’ SER 1837A01706 & BELOW.MOD TO PREVENT RANDOMLY INCORRECT TRIGGERING. chase He 475011 

“ 10866A=1 SER 2227A'& BELOW.OPT AO9.NEW A9 PERSONAL BD TO CORREC SYNC peda 
1611A“A65 -—-_- OPER/SERV MAN SUPP 10261-90902 JAN79 10261-90802 81 01 D2 02 sca cee 
1611A-0FS OPER/SERV MAN SUPP 10259-90901 JAN79 10259-90801 8L 01 D2 02 MAN ci 

-4611A-068 OP & «SERV MAN SUPP 10257-90901 MAR77 10257-90801 8L 01 D2 01 17504) 
1611A~080 OP & SERV MAN SUPP 10258-90901 MAR77 10258-9 41 8L 01 D2 01 17505A : OPER | 
1615A OPER & SERV MAN OCT79 01615-90904 JUN8O 01615-50804* 8L 01 08 04 USE 1615A FICHE 01615-90805 a heere 
ee - OPER & SERV MAN SEP80 01615-90905 MAR83 01615-90805 8L 01 D2 04 17506A OPER 
MAN CHANGE DEC82 01615-90905 MAN. CH 
SERV NOTE SET BELOW JANB2 . ie ast Saas 
1615A-0 SEP81 WN SERV NOTE INDEX : ; V751A OPER | 
1615A-1-S OCT78 WO SAFETY.SER 1825A00626 & BELOW.ELIM OF POWER LINE SCCKET SHOCK HZRD. peg SERV | 
1615A~1 FEB79 WN SER BELOW 1905A21750.REC MOD TO ELIM BRIGHT SPOT ON CRT AFTER TURN OFF 751A 
1615A-2 MAR8O WO SER 1937A03487 & BELOW.MOD TO ELIM BRIGHT SPOT ON CRT AFTER TURN OFF ; 
1615A-3 SER 1937A03487 & BELOW.ELIM BRIGHT SPOT ON CRT AFTER TURN OFF 1752A OPER % 
1615A-4 SER 2032A05185 & BELOW.CORR MEASURES FOR DIPLAY JITTER MAN Ct 
1615A=5 WA SER 2032A06259 & BELOW.REC REPL FLYBACK TRANSFORMER 17528 : OPER 
1615A-001 OP & SERV MAN SUPP DEC78 01615-90902 FEB79 01615-90802* 8L 01 08 O01 USE 1615A-001 FICHE 01615-90803 SERV ! 
OP & SERV MAN SUPP JUL79 01615-90903 AUG79 01615-90803 8L 01 D2 01 17388 
1615A/9835-1  INTROD OPER GUIDE  OCT80 01615-90907 FEB81 01615-90807 8L 01 D2 01 oon ee 
162A OPER & SERV MAN MAR6O 160A~901 APR71 160A~801 01 08 MAN Ct 
; SERV NOTE SET BELOW - MAY78 SERV} 
C 162A-1 : JUL65 REPL TRANSISTOR KIT 1a 
1628 OPER & SERV MAN MAR63 1626-901 SEP71 1628-801 08 1540 
- 162B-HO2 OPER & SERV MAN MAR63 1628-901 SEP71 1628-801 08 
1755A OPER { 
162¢ OPER & SERV MAN DEC6S 1708-901 MAR71 1708-801 08 SERV | 
MAN CHANGE MAY68 170B-901 ane 1755A- 
162D OPER & SERV MAN JANOO 1620-900 AUG81 5951-6279 08 17550A OPER 1 


PAGE 72. | —_—-_: | -11./08/85 
MODEL 


11/08/85 oe . . a 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M P D P o. t 
NUMBER C a TYPE DATE NUMBER DATE - NUMBER tT. Ve Gg : as Bes Ras ete ; NUMBER - C 

; : : wkk DESCRIPTION *#* DESCRIPTION *x* DESCRIPTION wee DESCRIPTION wire DESCRIPTION ext : 

162D-HO02 OPER & SERV MAN JANOD 1620-900 Ss UG 5951-6279 BL_01 08 01 ae oy ce Td a75sta OPER & 

1625 OPER & SERVMAN = -NOV61 1°2F-900 ss USBI. 162F-950 8L 010801 tt ( tststi<(Ctsi‘“‘<; | 475528 COOPER 

MANS CHANGE - MARG3 © o2F-900 Se ee fice eee ie Ss ue eee a en enge Ze 

[See Sar cere renee I SIT ee a eee 175538. =—t«PR'B 

1620A ——sCOPER & SERV MAN MAYS 01620-90903 —-JUL75 01620-90803 8L 01 08 02 


162928 = s«*OPER NOTE =—=—=—=—i—=«é«TBA. 16292-90000 —SFEBBS 16292-90050 BL 01 33 01 


1Oev 


41/08/85 
MODEL 
NUMBER 

162D-H02 
162F 
16204 
16292A 
162928 


16293A 
1630A 


1630A/D 


631A 


1631A/D 


11/08/85 
MODEL 


a 
NUMBER € 


163204 
16321A 
-16340A eh 
| 163410 
| 163420 


OPER &@ SERV FAN 


LITERATURE 
TYPE 


OPER & SERV MAN 


OPER & SERV MAN 
N CHANGE 


OPER & SERV MAN. 


OPER NOTE 
OPER NCTE 
OPER NOTE 
SERV MAN. 


INSTALL MAN 
SERV MAN 


1630A/D-0 
1630A/D- 


1630A/076,16314/0—1 


1630A/0-2 
CONT'D 
1630A/D/6~4 
CONT'D 
1630A/D-6 
SERV MAN 
INSTALL MAN 
SERV MAN 


SERV 


‘1630A/D/6~4 
CONT'D 
16306-5 


“OPER & Migs MAN 


SERV M 
MAN CHANGE 


SER NOTE SET BELOW 
1630A/D/6,1631A/D~1 
COMT"D 


 V630A/D=1A 


OPER & PROG MAN 
SERV MAN 
MAN CHANGE 


LITERATURE 
TYPE 


INSTALL NOTE 


INSTALL NOTE 


OPER NOTE 


SERV MAN 


USER'S GUIDE 
OPER NOTE - 


WAN CHANGE 


MAN 
SERV NOTE SET BELOW 
163062 
1630A/D/6,1631A/0=1 
CONT'D 


JANUU 16¢cD-7UU0 


H/C H/C PART 


DATE 


JANOO 1605-900 


NOV61 162F-900 
MARES 162F-900 


“MAY75 01620-90903 
-OcT84 16292-90000 
OCT84 16292-90001 
OCT84 16293-90000 


DEC82 01630-90902 
JAN83 01630-90903 


~ JUN84 01630-90910 
SERV NOTE SET BELOW 


AUGS1 5951-6279 


FICHE 
E NUMBER 


AUG81. 5951-6279 
AUG81 162F=950 


JUL75 01620-90803 
FEB85 16292-90050 
FEB85 16292-90051 
DEC84 16293-90050 


JUN83. 01630-90802* 


APR83_ 01630-90803 


SEP84 01630-90810. 


OcT85 


MAY83 WN SERVICE NOTE INDEX 
MAY83 WA 1630A:SER 2311A00231 & BELOW; 1630D: SER. 2311A0791 & BELOW.ESD PROT FOR HP-IL. 1/0 
FEB85 WA. 1630A/D,1631A/0:SER eote & BELOW;1630G:SER 2513A & BELOW. CHANGE TO PWR-UP MASTER 

RESET CIR TO IMPROV PER 


MAY83 
MAY84 


FICHE PART M P DP 


‘8L 01.08 01 


PAGE 72 


NUMBER DAT! L TV. G6 
wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION Wik 


8L 07.08 01 
8L 01 08 01 


8L 01 08 02 

8L 01 

BL 01 

8L 

8L é USE 1630A FICHE 01630-90810 


8L 
BL 06 


1630A: coe 231100213. & BELOW; 1630: SER 2311A0769 & BELOW.200 MHZ OSCIL. REWORK TO 
IMPR PR 


163CA:SER 2311A00808 & ery sen 2412A03410 & BELOW;1630G:SER 241500171 AND 


BELOW.OVERVOLTG PROTECT DESIGH CHA 


MAYBS 
DEC82. 01650-90902 
JAN83 01630-90903 
JUN84 01630-90910 


JUN84 61630-90910 


1630A:SER 2511A,25116825070; 16500: SER 2511A,25126&2507J.REC: REPL TO CORRECT FAWMARE 


JUN83. 01630-90802* 8L 01 Sa 06 USE 1630D FICHE 01630-90810 


APR83 01630-90803 
SEP84 01630-90810 


SEP84 01630-90810 
JSUL85 


8L 01 D 
BL 01 08 06 


8L 01 08 06 


OCT84 WA SER 242500506 & BELOW.PWR SUPLY PRIMARY CURRENT LIMIT MOD 
FEB85 WA 1630A/D,1631A/D:SER 2512 & BELOW;1630G:SER 2513A & BELOW.CHANGE TO PWR-UP MASTER 
RESET CIR TO IMPROV PERF 
MAY84 WA 1630A:SER 2311A00808 & BELOW; 1630D:SER 2412A03410 & BELOW;1630G:SER 2415A00171 AND 
BELOW. OVERVOLTG PROTECT DESIGN CHANGE 
JUNS4 WA SER 2415A00280 & BELOWCALSO ~00286,~00287,-00289).PROM REPL TO CORRECT FIRMWARE 


DEC84 01631-90901 
MAR8S 01631-90902 
MAY85 01631-90902 


JUL85 01631-90801 
OfT85 01331-90802 


8L 01 08 03 
8L 01 08 06 


\ 


CT85 
FEB85 WA 1630A/D, 1631/0 SER ele & BELOW; 1630G:SER 2513A & ‘BELOW. CHANGE TO PWR-UP MASTER | 
RESET CIR TO IMPROV PERF 


MAY85 WA 1631A:SER 2509A & BELOW;1637D:SER 2510A & BELOW.REC REPL TO CORREC FIRMWARE 


DEC84 01631-90901 
MAR8S 01631-90902 
MAY85 01631-90902 


H/c H/C PART 
DATE NUMBER 


JUL85 01631-90801 
OCT85. 01631-90802 


FICHE 


8L 01 08 03 
8L 01 08 06 


PAGE 73 


“FICHE ppAT M POD e 


DATE NUMBE: tT ove 
tek DESCRIPTION *x* DESCRIPTION kik DESCRIPTION kkk DESCRIPTION wee DESCRIPTION sex 


“JANB4 16320-90000 
- JANB4 16321-90000. 


MAR82 16340-90000 
FEBB82 16341-90000 


JANS1 16342-90000. 


JANB1. 16342-90070 


AUG83 16342-90010 


APRB4 16320-90050 


APR84 16321-05052 


APR83 16340-90050 


‘APR83. 16341-90050 


MAR81 16342-90050 | 
--AUSBS 16342-90060 _ 


-8L 01 33 01. 


BL 01 33 01 
ML 01 33 01 


“0133 01 


BL 01.3301 


8L01 33:01 


| 17550A OPER & 


NUMBER 


17551k 
17552A 
175534 
475540 
175550 
17556A 
17557 
17558A 


17560A — 

175800 
476034 

176048 


17800. 
17818. 
1782A.— 


4783A 
17844 
179504 


| 180A-H03 


180A/AR 


11/08/85 
MODEL 
NUMBER 


“TB0A/AR 


11/08/85 
MODEL 


-1TS59A 


‘USER'S 
INSTAL! 


SERV N 
17603A 


SERV.N 
176044 


OPER NN 


"OPER & 
OPER & 


SERV Wi 
1782A- 


OPER & 
OPER & 
OPER & 


180A-1 
180A/Al 


LI 


180A/AR- 


11/08/85 | 11/08/85 
MODEL. 0 LITERATURE H/C H/C PART FICHE FICHE PART MP OD OP MODEL LIT 
NUMBER C TYPE DATE NUMBER DATE NUMBER L T V6 NUMBER 7 
7 te DESCRIPTION #** DESCRIPTION *** DESCRIPTION *#* DESCRIPTION *t DESCRIPTION +t 
163204 INSTALL NOTE JANS4 16320-90000 APR84 16320-90050 8L 01 33 01 180A/AR 1SOA/AR- 
46321 INSTALL NOTE JAN84 16321-90000 APRB4 16321-SSS52 BL 01 33 01 : 180A/AR~ 
16340A OPER NOTE MARB2. 16340-90000 APR83 16340-90050 3L 01 33 01  SBOATaR 
16341A “SERV MAN FEB82 16341-90000 © APR83 16341-90050 8L 01 33 01 1BOA/AR~ 
16342A USER'S GUIDE JANS1 16342-90000 -MAR81_ 16342-90050 8L 01 33 01 180A/AR- 
OPER NOTE JAN81- 16342-90010 AUG83 16342-90060 8L 01 33 01 180A/AR- 
MAN CHANGE AUGBS 16342-90010 480A/F=1: 
163434 OPER NOTE APR81 16343-90000 MAY81 16343-90050 8L 01 33 01 180c OPER & s 
163440 OPER NOTE APR81 16344-90000 MAY81 16344-90050 8L 01 33 01 MAN. CHAN 
| 163458 OPER NOTE | DEC81 16345-90000 JAN82 16345-90050 8L 01 33 01 { 180¢/0 © | SERV NOT 
| 163614 OPER NOTE FEB78 16361-90000 FEB81 16361-$:730 8L 01 33 01 aa 180C/D~2 
: MAN. CHANGE DEC8O 16361-90000 180¢/0-3 
16362A OPER NOTE FEB78 16361-90000 FEB81 16361-90050 8L 01 33 01 CONT'D 
MAIS CHANGE DEC80 16361-90000 180¢-5 
16380A  ©=———S CONNECTION GUIDE = JUN82. 16380-90000 DEC83 16380-90050 8k 01 33 01 180. OPER & S 
MAN. CHANGE OcT83 16380-90000 OPER ts 
f { 
163808 OPER NOTE JUL84. 16380-90100 NOV84 16380-90150 8L 01 33 01 a. 
180ER : OPER & S 
16380¢ OPER NOTE JAN85 16380-90200 APR8S 16380-90250 8L 01 33 01 MAN. CHAN 
16389A OPER NOTE FEB85 16389-90000 MAY85. 16389-90050 8L 01 33 01 180F as OPER & 
: MAN: { 
163898 OPER NOTE FEB85 16389-90100 — -MAY85 16389-90150 8L 01 33 01 cee ts 
416400 PRELIM SERV MAN APR78 01640-90901 JUL8O 01640-90801* 8L 01 08 O2 USE 1640A/B FICHE 01640-90811 MANE CHAN 
CONVERSION INST JANOO 01640-90908 JUL81 01640-90808 8L 01 08 01 1640A TO 16408 a 
SERV MAN OCT81 01640-90911 JUL83 01640-90811 8L 01 38 03 180T/TR OPER & SI 
SERV NOTE SET BELOW JUL84 OPER & S 
1640A-1-S OCT78 WO SAFETY.SER 1827A00315 & BELOW.ELIM OF POWER SOCKET SHOCK HZRD. MAN CHAN 
1640A-2 DEC78 WO SER 1827A00295 & SELOW.POWER SUPPLY CURRENT LIMIT MOD SERV NOT 
1640A-3 DEC78 WO SER 1835A00402 & BELOW. REC REPL FOR CLAMPING DIODES ON A4& INTERFACE 6D. 1B0T/TR- 
1640A-4B MAY80 WO SER 1845A01199 & EELOW.MOD TO ELIM RIGHT SPOT ON CRT AFTER TURN OFF 180T/TR- 
1640A-5 MAR79 WN SER 1825A & BSLOW.REC REPL PROC FOR CRT FACEPLATE 
1640A-6 APR79 WO SER 1845A00549 & BELOW.REC REPL OF ZENER DIODE A2CR4 180T/TR-003 «OPER & SI 
1640A-7 SEP79 WO PREF REPL FOR 8251 MODEL USARTS . in “MAN CHAN 
1640A~8A MAY80 SER 1845A01123 & BELOW.PREF XTAL REPL FOR INCREASED CLOCK ACCURACY 
1640A-9 JUN8O WN ALL SER.1640A TO MODEL 16408 CONVERSION KITS 180T/TR-580 OPER & SI 
1640A-10 JUL8O WN ALL SER.MOD TO PREVENT LATCH UP ON + OR - 12V SUPPLIES MAN CHAN 
1640A-11 SEP80 WN SER 1827A & BELOW.REC KEYBOARD REPL TO IMPROVE PERF 
1640A=12 OCT8O WO ALL SER.REC MOD TO CRC OR SDLC OPTS TO IMPROVE PERF . 18002A OPER & SI 
1640A-13 -FEB84 WN SER 1835A & BELOW.REC REPL FOR I/0 RSSY (01640-66504) eae 
1640A~14 JAN80 WN SER 1845A01200 & BELOW.MOD TO IMPR PERF OF CLOCK SIG | 18003A OPER & SI 
16608 | OPER GUIDE APR80 01640-90905 SEP80 01640-90805 8L 01 38 02 1801A OPER & S 


11/08/85 


11/08/85 = PAGE 74 
MODEL 0 LITERATURE H/C H/C PAR FICHE FICHE PART M P D P: 2 fe: MODEL 0 LITE 
NUMBER ce - TYPE DATE NUMBER DATE NUMBER L.-T V6 NUMBER Cc T 
eee kk DESCRIPTION ‘wee DESCRIPTION *&t DESCRIPTION *** ‘DESCRIPTION hk DESCRIFTION ick a 
16408 SERV. MAN MAY8O 01640-90906 SEP80 01640-90806* 8L 01 08 oe USE 16408 FICHE 01640-90810 3 1801A MAN. CHANG 
“SERV MAN -APRB1. 01640-90910 DEC81 01640-90810. 8 01 38:0 ; OPER & SE 
MAN CHANGE JUL81. 01640-90910 MAN CHANG 
SERV: MAN  OCT81 01640-90911 JULB3 01640-90811 8L 01 3B 03 OPER & SE 
‘SERV NOTE SET BELOW OCT83 SERV NOTE 
16408-1 .——t«~«:*«Ss«SS UL WN SER 2019A00294 BELOW.MOD. TO. PREVENT LATCH UP. ON + OR - a SUPPLIES 1801A-18 
16408-2 -OCT8O WO SER 2028A & BELOW.REC MOD TO CRC OR SDLC OPTS TO IMPROVE P 1801A-2 
16408-3 “NOV81 WA SER 2044A (SHIPPED. 01JUN-01AUG81)POSS DEFECTIVE MATRIX PANEL SHORTING PINS 1801A-3 
16408-4 JUL83. WO SER 2231A (G BELOW.REC REPL MARTRIX. BD ‘ASSY.- 120144 
16408-0071 INSTALL : _SERV MAN JAN83 10281-90904 _JUN83 10281-90806. BL or 3801 1801A-6B 


OPER SUI 


- -MAR83 10281-90905 — SEP83 10281-90805 bites 01. ‘D2 01 


annie = DED Bee 


11/08/85 
MODEL 
NUMBER . 


16406 


16408-001 


16408/102908 


| T645A 


- 166a-HO2 


166B 


166B-HO2 


J 
| 


11/08/85 
~~ MODEL 
NUMBER 


"466D-Ho2 


LITERATURE 
TYPE 


SERV MAN 
SERV MAN _ 


‘MAN CHANGE 


SERV 


SERV NOTE SET BELOW 
16408-1 


1640B-2 


- 16408-3 


16408-4 


INSTALL & SERV MAN 


OPER GUIDE 


INSTALL & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
- OPER. & SERV HAN 
SERV NOTE SET BELOW: 
1645A-1 : 


- 1645A-9 


OPER & SERV MAN 
MAN CHANGE 

MAN SUPP. 

OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 

MAN SUPP 

OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


“MAN. CHANGE 


OPER & SERV MAN 


fees NOTE SET BELOW 


66C~1A 


OPER & SERV MAN 
MAN Bree. PAGES 


MAN -CHANGE 
‘MAN CHANGE BACKDATE 


LITERATURE 
TYPE 


OPER & SERV MAN 
MAN REVISED PAGES 
MAN. CHANGE 

MAN CHANGE BACKDATE 


OPER & SERV MAN 
MAN. CHANGE 


"OPER & SERV MAN 
“MAN. CHANGE 


-OPER. INSCTRUC 
OPER & SERV MAN 


heme ete aniaom 


“SEP65 1666-901 
DEC65 1708-901 


ee PAGE 7h 
H/¢ H/C PART |. FICHE ~ FICHE PART K PD 4 


ATE NUMBER DATE NUMBER L TV 
kkk DESCRIPTION **% DESCRIPTION **3 DESCRIPTION wee DESCRIPTION kk DESCRIFTION tee 


MAY8O. 01640-90906 SEP80 01640-90806* 8L 01 08 02 USE 1640B FICHE 01640-90810 
APR81 01640-90910 DEC81 01640-90810 8L 01 38 03. 

Juceh 01640-90910 

OCT81 01640-90911 JULB3 01640-90811 8L 01 38 03. 

JUL80 WN SER 2019A00294 & BELOW. MOD To PREVENT LATCH UP ON + OR - 12V SUPPLIES 
OCT8O0 WO SER 2028A & BELOW.REC MOD TO CRC OR SDLC OPTS TO IMPROVE PERF 


NOV81 WA SER 20444 (SHIPPED O1JUN-O1AUG81)POSS DEFECTIVE MATRIX PANEL SHORTING PINS 
JUL83 WO SER 2231A & BELOW.REC REPL MARTRIX BD ASSY 


JAN83 10281-90904 JUNB3 10281-90804 8L 01 38 01 
MAR83 10281-90905 SEP83 10281-90805 8L 01 D2 01 


poelee 10290-90901 JUL81 10290-90801 8L 01°38 01. SEE TITLE PAGE FOR OPTIONS 
FEB81 10290-90901 


OCT76 01645-90905 DEC76 01645-90805* 8L.01 D2 03 USE 1645A FICHE 01645-90017 
MAR83 01645-90016 ree 01645-90017 8L 01 38 03 
N64 


A 
SUL75 SER. PREF REPL FOR TTL NAND GATES 1620-0583 


. SUL7S WN 1506A + DOWN.MOD TO ADD POWER. CONNECTOR FOR 40235A 


ocT75 CIRCUIT BOARD 01645-6517 PROVIDES A TRANSMIT DATA INHIBIT CIRCUIT 

MAR76 SER.MOD FOR OPER WITH H31-5150A, THERMAL PRINTER 

SEP76 BELOW 1537A.1/0 BRD GUIDE KIT 

MAR?77 WO SER.PREF REPL FOR TIL. DECD CNTR 

APR77 -L. SER. INVERTED CLOCK PHASE 

AUG82 SERoRESISTORS INCORREC LOADED ON 10388A INTERFACE. 

AUG83 SER.MOD TO ADAPT 10388A INTERFACE TO V.35 MODEMS OTHER THAN BELL: TYPE 306 


JAN62 1608-900 NOV75. 1608-800 -8L 901 08 03 
FEB65 1603-900 : 

JANOO 1608-900 
MAR62 170A~900 
OCT66. 170A-900 


JANG2 1608-900 
FEB65 1608-900 
JANOO 1608-900 
MAR62 170A-900 
OCT66 170A-900 


AUG61 1668-900 
AUG63 1668-900 


AUG61 1668-900 JUL80 1668-800 8L 01.08 01 
AUS63 1668-900 ‘ 


MAR63 166€-901 eed 5951-6286 8L' 01 08 01 
A . 
DEC65 REPL OF DIODE ASSY (1901-0033) 
MAR62. 1660-901 FEB78 1660-801. 8L_-01 08 02 
SEP63. 1660-901 


AUG64 1660-901 
AUG64 1660-901 


MAY76 5951-6282 BL 01 08 03 
NOV75 1608-800. 8L 01 08 03 
HAY76 5951-6282 BL 01 08 03 


JUL80. 1668-800 8L 01-08 01 


ee 7 oe PAGE 75 
H/C H/c PART FICHE FICHE PART MP DP 
DATE NUMBER _DATE N 


UMBER t...J. 
fa DESCRIPTION RI DESCRIPTION wk DESCRIPTION aRK DESCRIPTION ik DESCRIPTIGN ik 


MAR62 4660-901 
SEP 65 1660-901 

AUG64 1660-901 
AUG64 1660-901 


JUN64 166E-901 


- FeB78 1660-801 8L 01 08 02 


8 o1 08 02 


— JUL3t 5951-6288 


:-90' MARTY. 1708-801 ane 01.08 Os 
MAY68 1708-901 - 


APRO3 5950-1664. 
MAR62 170A-900 © 


ae at 2101, 


SEP82 5950-1927 es 
--8L 010803 


“MAY76 5951-6282 


11/08/85 
MODEL 
NUMBER 


18014 


1801F 


18016A 
1802A 


180200 


-18021A 
18023A 


18024A 
1803A.. 


1804A 


18043A 


18044A 
180446 
18050 


11/08/85 
MODEL 
NUMBER 


1805A 
1805A~003 


“18053A 
18064 


“4807A- 


- 1808A 


LITER 
ee TY 


MAN. CHANGE 
OPER & SER 


“MAN. CHANGE 


1801 A-68 


OPER. & SER 
MAN. CHANGE 


OPER NOTE 
OPER & SER 


SERV NOTE 


1802A~1 


OPER & SER 


“OPER & SER 
OPER NOTE 
OPER NOTE 
OPER: & SER 
MAN. CHANGE 
SERV. NOTE 
1803A-1 


OPER & SER 


- OPER & SER 


“MAN. CHANGE 
any NOTE 
1804A-1 
1804A-2 
OPER NOTE 
MAN CHANGE 
SERV_NOTE 
18043A~1-S 
‘OPER NOTE 


OPER NOTE 


OPER & SER 


OPER & SER 
MAN CHANGE 
SERV NOTE 
1805A~1 


LITERA 
TYP 


4805A-2 


OPER & SERV 


OPER & SERV 


“OPER NOTE 
OPER &. SERV 
MAN CHANGE 


“OPER & SERV 
MAN) CHANGE 


OPER & SERV 


11/08/85 
MODEL 
NUMBER 


166D-HO2 
166E 
166F 
“170A 
170A-HO2 
1704/8 


170B/BR 


0 
C 


LITERATURE 
= TYPE 


OPER & SERV MAN 


-MAN REVISED PAGES 


MAN. CHANGE 


MAN. CHANGE BACKDATE 


OPER & SERV MAN 


MAN CHANGE - 


OPER & SERV MAN 
MAN CHANGE 


OPER INSCTRUC 


. OPER & SERV MAW 


MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


| V7O0A-2A 


CONTD: © 


OPER & SERV MAN | 


MAN CHANGE | 


1700 SERIES — 


-4700A 


9700-008 


1700-009 
1700A-020 


17008 


OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 
-T700A-1A 


1700A-2 
1700A-3 
T700A~4A 
1700A-5 


“1 700A-6 


1700A~7 


OPER NOTE 


MAN CHANGE 
OPER NOTE 


~ OPER NOTE 


MAN. CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


SER NOTE SET BELOW 


1 


1700-2 


1700B=3 


H/C 
DATE 


- MARGZ 
SEP63 


AUG64 


AUG64- 


JSUN64 
SEP65 


DEC65 


-.MAY68 


APR63 
MAR62 


OCT66 


MAR62 


- OCT66 


SERV. NOTE SET. BELOW 
JUN71 


DEC65 
MAY68 


JUN77 


AUG81 5 


JAN?71 
ocy?71 


JAN?5 


H/C PART 
NUMBER 


NUMBE 


FICHE FICHE PART M PoODP 


: JPAGE 5 


DATE. Robot Vs oe 
ergs DESCRIPTION *#2 DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION tek DESCRIPTION ick 


#86D-901 


1660-901 


166E-901 
166E-901 


170B-901 


1708-901 


5950-1664 


‘170A~900 


1704-900 


4704-900 


170A-900 


FEB7E 1660-801 


JUL31 5951-6288 


MAR71_ 1708-801 


SEP82 5950-1927 
MAY76 5951-6282 


MAY76 5951-6282 


SINGLE DELAY LINES 


1708-901 


1708-901 


5955-2755 
957-2287 


01700-90901 
01700-90901 


MAY78 
WA SER BELOW 1046A.MOP TO IMPR Lo TEMP TURN-OWN + HI FREQ AUTO TRIGGERING 
WO SER BELOW 1102A.M0d TO STOP SWEEP TIME SWITCHES FROM DRAGING OR HANGING UF 


MAR71 1708-801 


SEP77 5955-2756 * 8L 01 08 01 USE 1700 SERIES: OPT 034/035 F 5957-2288 
8.01 08 01 OPTION 034/035 


OCT81 5957-2288 . 


JAN72 01700-90801 


BL 01 08 02 


BL 01 08 02 


010805 


8L 61 21 01 
8L 01 08 03 


8L 01 08 03 


01 08 05 


01 08 04: 


WO SER BELOW 1119A00310.EXCESS BATT CHRG 
WO.SER BELOW 1741A.LEAKY LINE RECT A2Z1 


WN MOD FOR SELECTABLE TRISGERING 


WO ALL SER.PREF REPL OF AC PWR MODULE 


WN ALL SER.HANDLE REPLACEMENT KIT 


01700-90902 
61700-90902 


01701-90906 


01700-90903 
01700-90903 


01700-90910 
01700-90910 


MAR79 01700-90802 8. 01.08 01 


MAR79 01701-90806 8L 01.08 01 


MAR79 01700-90803 8L 01 08 01 


JUN75 01700-90810 


8 


07:08 04 


WN SER BELOW’ 1¢25A.IMPR LO FREQ TRIG 
WO ALL SER.PREF REPL OF AC PWR MODULE 
WN HANDLE REPLACEMENT KiT 


WN 170A ALL SeR/i7On SER BELOW 423.MOD TO INSTAL DUAL DELAY LINE REPL FOR ‘MATCHED 


11/08/85 
: MODEL 


NUMBER 


1805A 
1805a-003 


480530 


1806A- 


1807A 


18080 


18080A 


48081A 
18082A_ 


1809A 


-4BIA/AR 


181T/TR 


181T/TR-003 


LITERATI 
"TYPE 


7805A~2 


“OPER & SERV 


OPER & SERV | 
OPER NOTE 


OPER & SERV 
MAN CHANGE 


OPER & SERV 
MAN CHANGE 


OPER & SERV | 
MAN CHANGE 


OPER NOTE. 
“OPER NOTE 


OPER NOTE 


OPER & SERV | 
MAN CHANGE 


OPER & SERV: | 


OPER & SERV | 


MAN. CHANGE 
SERV NOTE SE 


Fe 


181 A/AR~12 


OPER '& SERV | 


OPER & SERY | 
MAN CHANGE 
SERV NOTE SE 
UBIT/TR™ 
1B1T/TRe2 
CONT'D 


181T/TR-3” 


OPER & SERV | 


PAGE 61 


SCRIPTION ee 


027 


1026 


PAGE 62 | 


b44¢yoR/as: 


11/08/85 
MODEL 


- NUMBER 


17008-300 


17G02A 


170048, 


17005A 


170074 
17007AM 
17008A 


1701A 


1767A-005 


1707A-006 
1701A-008 


-1701A-G09 
1701-015 


1701A-016 


1701-020 


17018 


: lel All 


LITERATURE 
TYPE - 


OPER & SERV MAN 
“MAN CHANGE 
‘OPER & SERV MAN 


“OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


SERV ik SET BELOW 


17005A~ 
17005a-2 
1700S4-3 


OPER & SERV. MAN 
JAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE D 


OPER & SERV. MAH 
MAN CHANGE 


SERV NOTE SET BELOW 
“4T701A“1A 


1701A-2 
1701A-3 
T701A~4A 


 APOTA-5. 


1701A-6 


¢7O1A-7 


OPER NOTE 
OPER NOTE 
OPER NOTE 


‘OPER NOTE - 


OPER NOTE 


OPER NOTE. 
OPER NOTE 


MAN CHANGE 


OPER & SERV MAN 
~ SSN CHANGE AU 
SERV NOTE SET BELOW 

1701B=1 
1018-2 


H/C 


_ DATE 


HAR73. 


JAN75 
JUNGS 
JUN65 


FEB72 
OCT?6 


NOV70 
JAE72 
FEB?2 


HARGG 
NOV66 


MARG6 
NOV66 


FEB65 
MAY67 


FEB72 
MAR72 


SEP72 
MAR71 
JUN71 
SEP72 
DEC72 
JUL76 
APR77 
FEB71 
FEB71 
FEB71 
FEB71 
APR71 
APR71 


APR?1 


- FEB72 


JUN72 
673 

JUL76 
APR77. 


an RE 


rity 
ifnm, 


Meer 


= 
om 
= 
= 
od 
= 
om. 


PAGE 7 
H/C PART FICHE FICHE PART MP D ‘ 
NUMBER DATE NUMB! 


ER tT UV i 
wee DESCRIPTION *e* DESCRIPTION ## DESCRIPTION eek DESCRIPTION tik DESCRIPTION whk 


01700-96907 
01700-90907 


47002-91334 
17004-91346 


17005-90002 
17005-90002 


MAY7S 
WA SER GELOW 1048A.REC REPL FOR CAP C503 
WO SER 835 TO 1116A.MOD TO ZMPR INCREMENTAL ADVANCE 
WN OPER WITH POINT PLOTTING SYSTER 


17007-91352 APRB4 17007-91402 BL 01 11 01 
17007-91352 


17007-91352 
17007-91352 


MAYS 01700-90807 BL 01 08 03 


APRB1 77002-91384 8.01 11 01 
NOV79. 17004-91396. 8L 01 411.01 
- NOV?7 17005-90052 8L.01.11 02 


APR81 17007-91402 8L 01°11 01 


17008-91338 MAY75 17008-90058 01°11 01 
17008-91338 
01701-90910 MAY72 01701-90810 01 08 04 


01701-90910 ie 
MAY. 

WA SER BELOW O983A.MOD TO IMPR LC TEMP TURN-ON + HI FREQ AUTO TRIGGERING 

WO SER BELOW 1102A.MOD TO STOP SWEEP TIME SWITCHES FROM DRAGGING OR HANGING UP 

WO SER BELOW 1119A00555.EXCESS BATT CHRG 

WO SER BELOW 1204A.LEAKY LINE RECT A2Z1 

WN SER 1117A + UP.MOD FOR SELECT TRIGGER 

WO ALL SER.PREF REPL OF AC PWR MODULE. 

WN ALL SER.HANDLE REPLACEMENT KIT 

01701-90903 MAR79 01701-90803 8L 07 08 01 

01761-90904 MAR79 01701-90804 8L 01 08 01 

01701-90905 —- MAR79-01701-90805 SL 01 08 01 

01701-90906 MAR79 01701-90806 8L 01 08 01 

01701-90907 MAR79 01701-90807 8L 01 08 01 

61701-90909 OCT84 01701-90809 8L 01 08 0% 


01701-90908 ocT84 01701-90808 8L 01 08.01 
01707-90908 : . 


04701-90911 ocTso 01701-90811 8L 01 08 03 
01701-90911 : ete Fe 


oct78 
WO ALL SER.PREF REPL OF AC PWR MODULE | 
WN HANDLE REPLACEMENT KIT 


41/08/8 
MODEL 
_NUMBE 


181T/TR 
1810A 


181004” 


“18114 


18136A 
1815A/8 


1815A/8 
1815A/8 
1816A 


1818A 
] 182A 


- 182a-80 


‘1B2A/C 


oe = 
| aa FQ tt 


PAGE 62 


CRIPTION tect 


"PAGE 63 


NA=GO9 
1701A-015 


1701-016 


1701A-020 


47018 


11/08/85 
MODEL 
NUMBER 


47024 


17034 


‘TO6A 


17068 


707A 


T7O7A“H6O 


1707a-005 


-4707A-008 
4707A-009 


1707A~016 
-1707A-020 


11/08/85 
= MODEL: 


01701-90906 = MAR79 01701~90806 8 01 08 01 
01701-90907 = MAR79 01701-90807 8L 01 08 01 
01701-90909 ‘oc T84 01701-90809 BL 0108 0; 
01701-90908 OC T84. 01701-90808 sl 01 08 01 
01701-90908 a 

01701-90911 OcT8O 01701-90811 aL 01 08 03 


OPER NOTE FEB?1 
OPER NOTE APR71 
OPER NOTE. APR71 
OPER NOTE APR71 
MAN. CHANGE FEB72 
OPER & SERV MAN JUN72 
SIN CHANGE AUG73 
SERV NOTE SET BELOW 
1701-1 JSUL76 
1701B-2 APR??? 


oo 


LITERATURE H/C 
TYPE DATE 
OPER & SERV MAN _ FEB7& 


MAN CHANGE MAY7S 
SERV NOTE SET BELOW 


~1702a-1 SEP72 


JUL76 


. WO SER BELOW 1150A00160.WIRING ERR ON HV MULTIPLIER 


01701-90911 


- OCT78 
WO ALL SER.PREF REPL. OF AC PWR MODULE 
WN. HANDLE REPLACEMENT KIT 


2 PAGE (7 
H/C. PART FICHE ei PART. M PD c 


NUMBER DATE UMBER LT Vv 
_&ke DESCRIPTION *** DESCRIPTION. eee DESCRIPTION kth DEL 


01702-90904 “SANES 01702-90804 BL 01 08 04 
01702-0904 


cT78 
WO SER BELOW 1230. REP SENSITIVITY: TO CRT CHARGED PARTICLES 
WO ALL SER.PREF REPL OF AC PWR SWITCH 
WN HANDLE REPLACEMENT KIT 
WN SER 12324 & BELOW.MOD KIT 5061-0862 FOR IMPROVED CRTS 


01703-90907 - OCT75 01703-90807* 81. 01 08 04 USE 1703A. FICHE 01703-90808 
01703-90908 bo 01703-90808 8L 01 08 04 


WO SER BELOW 1230.RED SENSITIVITY TO CRT CHARGED PARTICLES 


PION te DESCRIPTION tone 


WN SER BELOW 1232A.IMPR LO FREQ TRIGGER 

WO SER BELOW 1331A.BROWN-OUT + TRANSIENT LYPS. MOD 

WO ALL SER.IMPR SINGLE SWEEP RESET OPER 

WO ALL SER.PREF REPL OF AC PWR MODULE 

WN HANDLE REPLACEMENT KIT 

WN SER 1232A & BELOW.MOD KIT 5061-0862 FOR IMPROVED CRTS 


01706-90901 petda 01706-90801 01 08 04 

WO SER BELOW 1737A.LEAZY LINE RECT A2Z1 

WN ALL SER.HANDLE REPLACEMENT KIT 

WO. ALL SER.PREF REPL OF AC PWR MODULE 

01706=90905 MAY75 01706-90805 01 08 03 
MAY72 


WO ALL SER.PREF REPL OF AC PWR MODULE 
WN. ALL: SER.HANDLE REPLACEMENT. KIT 


01707-90901 JUNT2 01707-90801 01 08 04 
01707-90901 


MAY78 , 
WO SER BELOW 1117A00145.EXCESS BATT: CRGE 
WO SER BELOW 1209A.LEAKY LINE RECT A2Z1. 
WN MOD FOR SELECTABLE TRIGGERING 


~ 4702A-3 APR77 
1702A-4 JUL?7 
OPER & SERV MAN AUG7S 
OPER & SERV MAN MAY76 
SERV NOTE SET BELOW 
1703A-1 SEP72 
1703A-2 NOV72 
1703A-3 FEB?4 
1703A-4A JUL76 
1703A-5A JUL76 
1703A-6 JUL76 
1703A-7 APR77 
1703A-8 JUL77 
OPER & SERV MAN SEP71 
SERV NOTE SET BELOW 
1706A~1A SEP72 
1706A/B~1 APR77 
1706A-2 JUL76 
OPER & SERV MAN JAN73 
SERV NOTE SET BELOW 
17068-1 JUL76 
1706A/8-1 APR77 
OPER & SERV MAN APR71 
MAN CHANGE MAR?2 
SERV NOTE SET BELOW 
1707A~1 JUN71 
1707A~2A SEP72 
1707A=3 DEC72 
1707A-4 JUL76 
1707A-5 APR77 
OPER & SERV MAN JAN73 
MAN CHANGE MARTA 
‘OPER NOTE JUN71 
OPER NOTE — JUL71 
OPER NOTE APR71 

. MAN CHANGE _SUN71 
OPER NOTE. MAY71 
OPER NOTE -APR?74 
MAN CHANGE FEB72 


o. 


LITERATURE 


He 


WO PREF REPI.. OF AC PWR MOOULE 

WN ALL SER.HANDLE REPLACEMENT KIT 

01707-90914  AUG81 01707-90814 8L 01 08 03 
01707-90914 ; 

01707-90904. MAR79 01707-90804 8L 01 08 01 
01707-90907: MAR79 01707-90807 8L 01 08 01 
01707-90962 MAR79 01707-90802 8L 01 08 01 
01707-90902 

01707-90905 + JUL80 01707-90805 8L 01 08 01 
01707-90903 - JUL80 01707-90803 8L 01 08 01 


01767-90903 


H/C PART. 


~ BICHE © 


FICHE PApT 


uP OD B 


PAGE 78 


182A-807 


482A/¢ 


‘| 11/08/85 
MODEL 
NUMBER 


182c-00' 


1820-00: 
182¢-002 
182¢-003 
1920-010 
1820-011 
| sezc-012 


-182T 


182T-003 


1820A 


Se 


1707A-005 
1707A~008 
1707-009 


-4707A-016 
1707A-020 


PAGE 63 


-} 11708785 
MODEL 


cane NUMBER 
RIPTION *** =. 


ro7e 


- 97078-020 
17078-300 


17090A 
4710 


17108 


171064 


PAGE 64 44708785 
MODEL 


(NOMBER 


aoemewmat 11 8 


| 17078-H60 


ao 


MAN CHANGE 


OPER NOTE 
OPER NOTE 
OPER NOTE 


MAN CHANGE 
OPER NOTE 


OPER NOTE 


MAN CHANGE 


~ LITERATURE 
TYPE 


OPER fer SERV MAN 


MAN. CHANGE 


17078-5 
17078-68 


OPER & SERV MAN 


TURN-ON PROC 
MAN CHANGE 


OPER NOT 


E 
OPER NOTE CHANGE 
OPER & SERV MAN 


_ MAN CHANGE 


17106A=1/17107A~1 


0 
c 


USER'S MAN 


OPER & SERV MAN 


MAN CHANGE 


SERV wd SET BELOW 


1710A-6 


OPER & SERV MAN 
MAN CHANGE 
SERV dds SET BELOW ‘ 


REA 
JUN74 
JUL71 


APR?1 


JUN71 
MAY71 


APR71 
FEB72 


H/C 
DATE 


~ APRT® 


APR75 


JUL76 
FEB74 
JUL76 
MAY74 
JUL76 
MAY78 


AUG74 
SEP74 
MAY75 


JUN72 
AUG72 


APR73 
SEP77 


JUNS4 


APR73 
AUG74 


NOV73 
JAN74 
MAR?4 
APR74 
DEC7S 
APR7? 


MAR76 
JUL76 


SERV NOTE. Ser PELOW 


1710B- UL74 
17108-2 MAR7S 
1710B-3 MAY7S 
1710B-4 NOV75 
17108-5 MAR76 
17108~6 MAR76 
17108-7 FEB76 
17108-8 FEB76 
17108-9 MAR76 
17108-10 MAR76 
-17108-71 MAR76 
171NB-12 MAR76 
1710Bs 15h APR77 
alg APR76 
17108=15 — DEC78 


SERV NOTE SET BELOW 


 LUTERATURE » 
PE 


MAY66_ 


Hic 
DATE 


OT PEFU7 14 
01707-90904 
01707-90907 


01707-90902 
01707-90902 _ 


01707-90905 


MAR79 01707-90804 8L 01 08 01 
MAR79 01707-90807 8L 01 08 01. 
MAR79 01707-90802 8L 01 08 01 


- JUL80 01707-90805. 8L 01 08 01 


01707-90903 JUL8O. 01707-90803 8L: 01 08 01 


01707-90903 


FICHE PART. MP B P 
NUMBER TE NUMBER LT 
aie DESCRIPTION wee DESCRIPTION kick DESCRIPTION kick DESCRIPTION kick DESCRIPTION tok 


01707-90916 JUN75 01707-90816 8L 01 08 04 
01707-90916 


JANT9 , : 
WO.-SER BELOW. 1325A.BROWN OUT + TRANSIENT LVPS MODIFICATION 
WX SER BELOW 1234A.IMPR. LO FREQ TRIGGER 
WO ALL SER.IMPR SINGLE SacEP RESET OPER 
WN ALL 'SER.MOD FROM SYNC TO FREE-RUNNING CHOP MODE 


H/C PART FICHE 
DA 


WO ALL SER PREF REPL OF AC PWR MODULE 


WN HANDLE REPLACEMENT KIT 


01707-90918 JUN8O 01707-90815  8L 01 08 04 
01707-90918 
01707-90918 


01707-90911 
01707-90911 


01707-9694" 2 
01707-9342 


17090-90000 


01710-90903 
01710-90903 


AN79 
WN SER BELOW 1302A-VERT AMPLFR Leh Passel haha 
WO SER BELOW 1316A.CRT BURN PROTECT 
WN ALL SER.MOD FROM SYNC TO FREE RUNNING CHOP MODE 
WN ALL SER.PROBE PWR MODIFICATIONS 
WO ALL SER.PREF REPL: FOR A3C1 
WN ALL SER.HANDLE REPLACEKENT KIT 


01710-90906 SEP85.01710-90806 8L 01 08 04 
01710-90906 
APR79 


ALL SER.ATTENUATOR TERM RESIST REPL ; 
WO SER BELOW 1420A.INCR INTEGSITY IN DELAYED SWEEP OPERATION 
WO SER BELOW 1515AG0726. INCORRECT PWR SUPPY VOLTASES FOR ACTIVE PROBES 
WO ALL SER.REPL. FOR ATTEN DETENT WHEEL 
WO SER BELOW 1545A.K0OD TO STOP VERT TRACE OFFSET WHEN PWR IS INITIALLY APPLIED. 
WO SER BELOW 1545A.MOD TO INCR SYNC BAL + 5 MV/DIV GAIN ADJ RANGE 


CONTROLS AND CONNECTORS 
DEC72 01707-90814 01 06 2% 
FEB85 01707-90812 81 01 08 04 


: SEP84 17090-90050 8L 01 11 03 
OcT84 01710-90803 8L 01 08 04 


HO SER BELOW 1545A01200.NO MAIN SWP AT 10 NSEC/DIV WHEN SWP VERNIER ROTATE OUT DETENT . 
R ; 


WO SER BELOW 1545A.PREF REPL FOR SWP TIMG CAPACITO 


WO SER BELOW 1602A01235.MOD TO CORRECT INTERMITTENT MAIN SWEEP AUTO. BASELINE 


WO SER BELOW 1515A.MOD TO STOP HV. ARCING 
WO SER BELOW 1632A01235.M0D TO.STOP HV ARCING 
WO SER BELOW 1602A01235.PREF REPL PRTS IN +53V SUPPI./ 


7 WO REC RESIST REPL TO IMPR. FOCUS = 
WO. SER BELOW 1545A.MOD TO INCR PROBE PWR SUFFICIENTLY TO OPER TWO 1120A ACTIVE PROBES 


ONCE 
WN aL SER»MOD TO ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. 


jAY78 
CALIB PROC AND PARTS LIST 


H/C PART FICHE FICHE PART MP OD OP. 
NUMBER -iDATE.-~—=—*«=*C<éNRUNBERR«SOdLCOTsSVsOCG 


PAGE 78 


PAGE 79 


19/08/85 


ROMER 


418210 


1821A/E/E 


18220 


18244 


18254 
183A 
183A/8/C, 


41/08/85 
MODEL 
NUMBER 


17108-9 MAR76 WO SER BELOW 1602A01235. MOD TO CORRECT. INTERMITTENT MAIN SWEEP AUTO BASELINE 
1710B-10 MAR76 WO SER BELOW 4515A.MOD TO STOP HV ARCING 

17108-11 MAR76 WO SER BELOW 1632A01235.MOD TO STOP HV ARCING 

1710B-12 | MAR76 WO SER SELOW 1602A01235.PREF REPL PRTS IN +53V SUPPLY 

A710B“13A. APR77 WO REC RESIST .REPL TO IMPR. FOCUS 


Lah rgd APR76: WO nn peeee 1545A.MOD TO INCR PROBE. PAR SUFFICIENTLY TO OPER TWO 11200 ACTIVE PROBES 
CONT 
17108-15 DEC78 WN ALL SER: MCD TO ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. 


SERV NOTE SET BELOW MAY78 So Co 
17106A-1/17107A~1 MAY66. - CALIB PROC AND PARTS LIST 


11/08/85 PAGE 79 11/08/85 
MODEL LITERATURE H/C H/C PART Rien FICHE PART MP F MODEL 
NUMBER TYPE DATE NUMBER NUMBER LT ‘NUMBER 

*#kk DESCRIPTION ps DESCRIPTION *** DESCRIPTION kek DESCRIPTION *** DESCRIPTION *** ie we 


17107, SERV NOTE SET BELOW MAY78 183D 
17106A°1/17107A~1 MAY66 CALIB PROG AND PARTS LIST ie 


471080 OPER & SERV MAN MAR67 17108-90001 JUL82 17108-90051 SL 01 11 01 ee 1. | 483p-020 
WAN CHANGE MAY82 17108-90001 


47108AM OPER & SERV MAN. KAR67 17108-90001 —«-JUL82 17108-90051 8L 01 11.01 | : ee a aon 
| AN CHANGE MAY82. 17108-90001 , 2 | 


1 47128 OPER & SERV MAN JAN75 01712-90901 JAN7S 01712-90801* 01 08 04 USE 1712ZA. FICHE 01712-90802 

OPER & paid MAN ~-MAY76 01712-90902 AUG83 01712-90802 81 01 08 03 

MAN. CHAN APR77 01712-90902 ; : 

SERV NOTES SET BELOW APR79 ; : : 1831A 

T12A~1.- c. BELOW 1542A.INCR INTENSITY IN DELAYED ‘SWEEP OPERATION 
SER.REPL ATTEN TERM RESISTORS : : 
SER-REPL FOR ATTEN DETENT HHEEL 1831A-001 
BELOW.MOD TO STOP VERT TRACE OFFSET WHEN PWR IS INITALLY APPLIED ; 
BELOW 1548A00307.M0D TO INCR SYNC BAL + SMV/DIV GAIN ADJ RANGE : 
BELOW 1548A00307.NO MAIN SWP AT 10 NSEC/DIV WHEN SWP VERNIER ROTATE OUT. DETENT 1831A/B 
BELOW 1535.PREF REPL FOR SWP TIMG CAP 
BELOW. 1548A00307.HOD TO CORRECT INTERMITTENT MAIN. SWEEP AUTO ‘BASELINE 
BELOW 1517A.MOD TO STOP HV ARCING 18318 
BELOW 1548A00307.MOD TO STOP HV. ARCING 
BELOW 1548A00307.PREF REPL PRTS IN +53V. SUPPLY : 
L SER.REC RESIST REPL. TO IMPR FOCUS {834A 


AL 
WO SER BELOW 1535A.MOD TO UP PROBE PWR TO OPER TWO 1120A ACTIVE PROBES SIMULTANEOUSLY 
1712A-14 ALL SER.MOD To PREVENT INTEPMITTENT AUTO BASELINE AT SLOW SWCEPS. 4835 
(ve 
OPER & SERV MAN 77 01715-90901 Juld79 01715-90801* 8L a ne 03 USE 1715A FICHE 01715-90803 
OPERATORS GUIDE 01715-90902 JUL77 01715-90802 8L 01 08 01 184A 
- OPER & SERV MAN 01715-90903 AUG84 01715-90803 8L 04 08 04 INCLUDES OPT 034/035 
MAN CHANGE 01715-90903 
OPER NOTE d 5957-2256 OCT8) 5957~2257 * BL 01 08 01 USE 10029A FICHE 5957-3219 
SERV NOTE SET BELOW ocTs1 1844-003 
1715A~1-S OCT?? SAFETY.OPT O34 ALL SER.ELIM POT SAFETY HAZARD 
SER 1820A01025 & BELOW.REC REPL PARTS TO IMPROVE REL OF ANALOG ASSY. A18. 
SER 1728A & BELOW.MOD TO ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. ~ | 184a-005 
ALL SER.REC MOD TO ELIM VERT OSCS 
SER 1823A & BELOW.MOD TO IMPROVE VERT OUTPUT AMP (A5U2) RELIABILITY 
ALL SER.REC ATTEN DETENT WHEEL REPL IN THE EVENT OF FAILURE ) 1844-580 
piel & BELOW. INSTRUCT FOR REPL PLASTIC T-PACK XSISTORS AIAI@3. & A2A1Q3 IN VERT s 
8 


1844/8 


1715a-005 OPER NOTE 5957-3220 NOV81 5957-3221 * BL 01 08 01 USE 1715A-005 FICHE 01715-90805 
OPER NOTE 01715-90905 DEC83 01715-90805 8L 01 08 01 


17170A OPER & SERV MAN DECé8 17170-90001 SUN70 17170-90551% : 01 11 91 USE 17%iuA FICHE 17170-90052 
Me OPER & SERV MAN SEP?1 17170-90002 OCT83 17170-90052. 8L 04 11 61 


V7V7IA OPER & SERV MAN APR72 17171-90001 APR82. 17171-90051. 8L 01.17 01 
: MAN CHANGE FEB82 17171-90001 


A 179720 OPER & SERV MAN DEC? 17172-90001 NOV?77. 17172-90051 8L 01 11 01 
wu MAN CHANGE FEB73. 17172-90001 
SERV NOTE SET BELOW MAY78 


pace 65 i‘d|Ct‘dL«OB8S ee oe PAGE BO ‘| 41708785 

: : : Poe MODEL. 0. - LITERATURE “H/C. H/C PART ; FICHE. FICHE PART. 4 2 D e : em é ae ‘o ODEL. - 
ee NUMBER. Ce TYPE : DATE. NUMBER. DATE: = KUMBER Lt v NUMBER 

[PTION. wee. eee aa : : ee ; E tent DESCRIPTION fesetal DESCRIPTION kirk DESCRIPTION waK DESCRIPTION ee. DESCRIPTION wk: : 


” 


17170A 


ATITIA 


17172A 


AVIE 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE 
OPER & SERV MAN 


AYES UIFloWs7U7U5 


DEC6é8 17170+90001 
SEP?71 17170-90002 


APR72 17171-90001. 


FEG82 17171-90001 
DEC71 17172-90001 


DECSS UlLElo“7USUS SL U1 Us 01 


“JUN7O 17170-90051« : O1 11 01 USE 1712yA FICHE 17170-90052 _ 
ocTs3 17170-90052 8L 01.11.61 


“APRE2- 17171-90051. 8L 61 11 01 


NOV77 17172-90051 8L 01 11 01 


MAN. CHANGE FEB73 17172-90001. - 
SERV NOTE SET BELOW MAY78 


“| 11/08/85 Sag 80 
MODEL 


PAGE 65 : 11/08/85 
‘ He) LITERATURE... H/C H/C PART FICHE. FICHE PART. 4 POD. P co RODEL | 
NUMBER Cc TYPE ‘ DATE NUMBER > DATE <UMBER LT V6 NUMBER 

>TION wee : a kkk DESCRIPTION *k*% DESCRIPTION kkk DESCRIPTION *xx DESCRIPTION wkk DESCRIPTION *i% ; 
V7172A 17172A=1 eee ~- MAY?71 WN.SER BELOW 924.MOD TO ELIM NOISY SWEEP 446-005 
V7173A OPER & SERV MAN JUL70 17173-90001 “NOV77 17173-90051 8L 01 11.01 
MAN CHANG SEP76 17173-90001 eee 
SERV NOTE SET BELOW MAY78 1848-580. 
“ITI ZA=1 BEC70. WA SER 1011A.MOD TO CORRECT DEFECT. IN PRINTED CTR BOARD OF OUTPUT CARD eit ; 
V7173A-2. .. FEB71.WA SER 1011A.MOD: TO ELIM OUTPT BOARD FAILURES. - a 
; ~VLTT3AN3 APR72 WA SER 1011A.& 1121A. FUSE VALUE CHANGE 1840A . 
17174A OPER & SERV HAN SEP68 17174-90001 JUN70 17174-90051 01.11.01 
17175A OPER & SERV. MAN OCT72 17175-90001 AUG80 17175-90051. 8L. 01 11.01 
MAN CHANGE MAY80 17175-90001 
SERV NOTE SET BELOW MAY78 
17775A-1 FEG72 WO SER 818.M0D TO DECR TEMP. DRIFT 
17176A GCER & SERV MAN AUG69 SER ap te NOV77 17176-90050. 8L 01 11 01 
naAN CHANGE JUL75: 17176-9000 1841A 
SERV NOTE SET BELOW MAY78 : ol 
17176A~1 APR72 WA SER 1011A & 10434. FUSE VALUE CHANGE 
V7177A OPER & SERV MAN JUN70 17177-90000 OCT77. 17177-90050 8L 01 11.01 
ae MAN CHANGE OCT?77 17177-90000 Lo 
171784. OPER & SERV MAN DEC68 17170-90001 JUN70 17170-90051% 01.11.01 USE 1717&% FICHE 17170-90052 ; 
: OPER & SERV. MAN SEP71. 17170-90002 OCT83 17770-90052 8L 07 11 01 185A 
1720A OPER & SERV MAN JUN74 01720-90902 JUN75 01720-90802* G1 08 OS USE 1720A FICHE 01720-90803 
' OPER & eld MAN OCT76 01720-90903 MAR8S 01720-99803 8L 01 08 03 
MAN CHAN SEP76. 01720-90903 ies 
SERV NOTES SET BELOW APR?9 185A/B 
1720A~1 JUL74 ALL SER.ATTEN TERA RESIST REPLACEMENT 
1720A-2 AUG74 WN ALL SER.MOD KIT FOR PROBE PWR JACKS 
1720A-3 AUGTS WN SER BELOW 1425A0350.IMFR CONTRAST RATIO FOR MAIN INTENSIFIED SWEEP 
1720A-4 SEP74 WO. SER BELOW 1405A00200. CHOP MODE SWEEP BASELINE IRREGULARITIES 
1720A~5 MAR75: WO SER BELOW 71425A.UP. INTENSITY IN DELAYED SWEEP. OPERATION 
1720A-6 ‘MAY75 WO SER BELOW 1425A00410. INCORRECT PWR SUPPLY VOLTAGES FOR ACTIVE PROBES 
“4720A-7 . NOV75 WO ALL SER.REPL FOR ATTEN DETENT WHEEL 
1720A-8 MAR76: WO SER BELOW 1542A.MOD TO STOP VERT TRACE OFFSET WHEN POWER IS INITALLY APPLIED 
1720A-9 MAR76 NO SER BELOW 1550A00496.MOD TO UP SYNC BALANCE ADJUSTMENT RANGE 
1720A~10 FEB76 WO SER BELOW 1550A00496.NO MAIN SWP AT 10 NSEC/DIV WHEN SWP VERNIER ROTATE. OUT ‘DETENT 4858 
1720A~11 FE676 WO SER BELOW 1542A.PREF REPL FOR SWP TIMG CAPACITORS 
1720A-12 MAR76 WO SER BELOW 154 ITORS . 
1720413 L MAR76 WO SER BELOW 1425A.M0D TO STOP HV. ARCING 186A 
“T720A~14 : MAR76 WO SER BELOW 1602A00521.M0D. TO STOP HV ARCING 
1720A~15 MAR76 WO SER BELOW 1602A00521.PREF REPL PRTS IN THE +53V SUPPLY we 
1720A~16A APR77 WO ALL SER.REC. RESIST REPL TO IMPR FOCUS 186414 
1720A~17 APR76 WO SER BELOW 1542A.MOD TO UP PROBE PWR TO GPER TWO 1120A ACTIVE PROBES SIMULTANEOUSLY : 
1720A-18 DEC78 WN ALL SER.MOD TO. ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. ; 18642A 
1720AF OPER & SERV. MAN MAR?77 01720-90905 NOV84 01720-90805 8L 01 08 03 18643A 
MAN CHANGE JUL77 01720-90905 aBAAA 
1722A - OPER & SERV. MAN SEP76 01722-90905 DEC76 01722-90805*: 8L. 01.08 06 USE giand FECHe 01722-90807 
; : OPER. & SERV MAN JUN77. 01722-90907 SEP77. 01722-90807 + 8L 01. 08 0 


11/08/85 
MODEL 


PAGE 81 


187A 


egy eae 2 mE 91/08/85 
“0. ~ LITERATURE © H/C M/C PART FICHE FICHE PART MOP OD: r [MODEL 
~ (NUMBER C. “TYPE. —~DATE ~——sNUMBER DATE NUMBER =o-L oT) V~ NUMBER 
tele + DESCRIPTION hk DESCRIPTION kik DescarPrion ik DESCRIPTION kk DESCRIPTION week | eo ee 
17220 SERV_NOTE SET BELOW | ~ JANBO : B78 


Fe nS Sreuas eS Pe we eon: wat he FE OT Lee Ae ae . ‘ 

1720A-16A APR77 WO ALL SER.REC RESIST REPL TO IMPR FOCUS s—t—s | 18641A 

4720A~17 ae APR76 WO SER BELOW 1542A.HGD TO UP PROBE PWR TO CPER TWO 1120A ACTIVE PROBES SIMULTANEOUSLY : 

1720A~18 DEC78 WN ALL SER.MOD TO ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. | 18642A 
1720AF.. OPER & SERV MAN MAR?7 01720-90905. - _NOV84 07720-90805 8L 01 08 03 : ee ee EN a Ap ts a 18643A- 
MAN CHANGE. JUL77 01720-90905 : 
V722a.  , OPER & SERV MAN SEP76 01722-90905 DEC76 01722-90805* 8L 01 08 on USE 17224 FICHE 01722-90807. 


OPER & SERV. MAN JUN77. 01722-90907 SEP?7 01722-90807 8L 01 08 0 cee 187A 


4108/85 eee pace 81 —«|—Ss«s 41708785 
MODEL: 0 LITERATURE H/C : H/C PART FICHE FICHE PART HM P.D P MODEL 
NUMBER Cc... TYPE ~ DATE NUMBER DATE NUMBER L oT VSG NUMBER 

wine : : kek DESCRIPTION #xe DESCRIPTION wet DESCRIPTION xkk DESCRIPTION wiek DESCRIPTION srk ; | ; 
722K SERV NOTE SET BELOW JAN8O pete a 487A 

Ae. V22k~1 MAR7S WO SER BELOW 1507A.UP INTENSITY IN DELAYED SWEEP OPERATION : ; 

1722A~2 MAY75 WO SER BELOW 7508A00421. INCORRECT PWR SUPPLY VOLTAGES FOR ACTIVE: PROBES : 

1722A-3 . SEP7S WO SER BELOW 1429A.REPL FOR CHANNEL. "A" POSITION CONTROL : 

T722A-4A AUG79 WN ALL SER.NEW EXTENDER BOARD KIT. : : ; |: 187A/8 

1722a-5 . NOV75 ALL. SER. REPL ATTEN. TERM RESIST. ‘ , “ 

1722A-6A '» AUG79 WO ALL SCR.REPL ATTEN DETENT WHEEL 

1722A-7 : ’_JAN76 WN ALL SER.DIG. BRD INTERCHANGEIBILITY 

1722A-8 MAR7S WO SER BELOW 1531A.MOD TO STOP VERT TRACE OFFSET WHEN PWR IS INITIALLY APPLIED 

1V722A-9 MAR76 WO SEX BELOW 1522A00880.MOD TO UP SYNC. BALANCE ADJUSTMENT RANGE 

1722-10 FEB76 WO SER BELOW 1552A00880.NO MAIN SWP AT 10 NSEC/DIV WHEN SWP VERNIER ROTATE OUT DETENT 

1722A-11 FEB76 WO SER BELOW 1544A.PREF REPL FOR SWEEP TIMING CAPACITORS 

4722A~12 MAR76 WO SER BELOW 1552A00880.M0D TO CORRECT. INTERMITTENT MAIN SWEEP. AUTO BASELINE 

1722A-13 MAR76 WO SER BELOW 1575A.MOD TO STOP’ HV ARCING 

1722A-14 MAR76 WO SER BELOW 1552A00915.40D TO STOP HV ARCING - 

1722A~15 MAR76. WO SER BELOW 1552A00915.PREF REPL PRTS IN +530 | SUPPLY 

1722A~16A APR77 WO. ALL SER.REC RESIST REPL TO MPR FOCUS 

4722A-17 APR75 WO SER BELOW 1544A.MOD TO UP PROBE PWR TO OPER TWO 1120A ATIVE PROBES SIMULTANEOUSLY 

1722A~-18 DEC78 WN ALL SER.MOD TO ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. 

1722A-001 OPER & SERV MAN JUN77. 01722-90907 _—=sSEP77. 01722-90807 SL 01 08 04 

1722A-003 OPER & SERV MAN —JUN77 01722-90907 _—«SEP77_ 01722-90807 8L 01 08 04 

1722a-011 OPER & SERV MAN JUN77. 01722-90907 _—sSEP77 01722-90807 8L 01 08 04 

1722-091 OPER & SERV MAN JUN77 01722-90907 _—=sSEP77 01722-90807 8L 01 08 04 

1722A-092 «OPER & SERV MAN «JUN? 01722-90907 _—=sSEP77 01722-90807 8L 01 G8 04 

“1722A-093 OPER & SERV MAN JUN77. 01722-90907 SEP77 01722-90807 8L 01.08.06 

1722A-095 OPER & SERV MAN. JUN77.01722-90907 _—S»s SEP77 01722-90807 8L 01 08 04 

17220096 OPER & SERV MAN —s-JUN7’7. 01722-90907. —=sSEP77. 01722-90807 8L 01 08 04 

1722A-101 OPER & SERV MAN dUN77 01722-90907 SEP77 01722-90807 8L 01 08 04 

17228 : : OPER & SERV MAN SEP77 01722-90908 JUN84 01722-90808. 8. 01 08 04 SEE TITLE PAGE FOR OPTIONS COVERED 

MAN CHANGE APR84 01722-90908 
SERV NOTE SET SELOW OcT81 
17226 DEC78 WN SER 1737A & BELOW.MOD TO ELIM INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. 
eee NOV79 WN SER 1823A_& BELOW.MCD TO IMPROVE VERT OUTPUT AMP CA5U2) RELIABILIT 
ieee : JAN81 WO re Barres wees & BELOW.COMP CHANGE TO PREVENT MISTRIGGERING AT EA LOGIC SPEEDS 
17228-4 : JUL81 WO SER quar & BELOW. INSTRUCT FOR REPL PLASTIC T~PACK XSISTORS ae NIAISS & A2A1Q3. IN VERT 
; - CONT'D ATTEN B 
47254 OPERATORS GUIDE MAY77/ 01715-90902 ——«JUL77_ 01715-90802 8L 01 08 01 
"5 OPER @ SERV MAN AUG77 01725-90901: JUN79 01725-90801* BL 01 08 03 USE 1725A FICHE 01725-90802 
MAN CHANGE JUN80 01725-90902 - FEBBS 01725-90802 8L 01 08 04 SEE TITLE PAGE FOR OPTIONS COVERED | 
MAN CHANGE ocT84 01725-90902 
OPER NO JUL8? 5957-2256 QcTa1 5957-2257 * BL 01 OB 01 USE 10029A FICHE 5957-3219 


SERV NOTE SET BELOW ocTs1 
1725A-1-8 OCT77 WA SAFETY. OPT 034 ALL SER.ELIM POT SAFETY HAZARD 


PAGE 670 1708/85 age - eh od ie : | : PAGE 82 
pre: MODEL 


sok : 85 
cer SoLITERATURE = H/C. H/C PART FICHE. FICHE PART -M P , 4 : BUS % ce ; A706 TS ( 
pag et seks NUMBER oC TYPE —s«éOATE: NUMBER DATE. -—=«s—=CKUMBER LST a NUMER 
ION tire ee : ae eee DESCRIPTION kkk DESCRIPTION hk DESCRIPTION tee DESCRIPTION ike DESCRIPTION fee scan ee 
17258 —=—s«AT25A-2_—s—“(i«“‘~*~*S*CUGB WO SER 1825A00800 & BELOW.REC REPL PARTS FOR REL OF ANALOG ASSY A18. oS Ph gogg 8 
: : : 1725A~3 : ECTS KN SER 720A & BELOW. ,.MOD TO PREVENT INTERMITTENT AUTO BASELINE AT. SLOW SWEEPS. : : 
ne F796 bmk nav UN CF : MAK TA MEBAVE. LEAT Al:rniiy aun 


OPERATORS GUIDE MAY7?7 01715-90902 JUL77 01775-90802 8L 01 08 01 

OPER & SERV MAN ~~ AUG77. 01725-90901 JUN79 01725-90801* 8L.01 08 03 USE 1725A FICHE 01725-90802 

MAN CHANGE SJUN8O 01725-90902 FEB85 01725-90802 8L 01 08.04 SEE TITLE PAGE FOR OPTIONS COVERED 
MAN gee : nate 01725-90902. 

OPER NO UL82. 5957-2256 ee 5957-2257 * BL 01 08-01 USE 10029A FICHE 5957-3219 


SERV NOTE SET BELOW 
17Z5A-1-S ocT7? WA SAFETE: OPT: 054 ALL SER. ecm POT SAFETY HAZARD 


PAGE 67 - » 11/08/85 PAGE 82 47/08/85 
MODEL. 0 LITERATURE H/C H/C PART — FICHE ste PART MOoP.D P MODEL 0 
NUMBER c TYPE DATE NUMBER DATE UMB LT VG NUMBER c 
ON. dice wkk DESCRIPTION tix DESCRIPTION week DESCRIPTION *** DESCRIPTION *** DESCRIPTION wee 
725A 1725A-2 AUG78 WO SER 1823A00800 & BELOW.REC REPL PARTS FOR REL OF ANALOG ASSY A148. “1900 
4725a-3 DEC78 KN SER 1720A & BELOW.MOD TO PREVENT INTERMITTENT AUTO BASELINE AT SLOW SWEEPS. 
1725A-4 NOV79 WN SER 1823A & BELOW.MOD TO IMPROVE VERT OUTPUT AMP. (ASU2) RELIABILITY 
1725a-5 -» © MAY8O-WN ALL SER.MOD. KIT FOR PROBE POWER JACKS 
1725-6 OCT8G WO ALL SER.REC ATTEN DETENT WHEEL REPL IN THE EVENT OF FAILURE 
Weeae JANS1 wo Sek ZORLAOS560 G BELOW.COMP CHANGE TO PREVENT MISTRIGGERING AT ECL LOGIC SPEEDS 4900A 
1725A-8 JUL&1 Ko SER 20474 & BELOW. INSTRUCT FOR REPL PLASTIC T=PACK XSISTORS ATA103 & A2A103. IN VERT 
CONT'D : 2 ATTEN B 
1725A-HO8 * MOD: SHEET 2 OCT83. 01725-90903 DEC83 01725-90803 8L 01 08 01 
1725A7H14 MOD SHEET OCT83 01725-90904 DEC83 01725-90804 8L 01 08 01 49014 
1725a-005 OPER NOTE ‘OCT81 5957-3220 NOV81. 5957-3221. * 8L 01-08 01 USE 1725A-005 FIZHE 01715-90805 
: OPER NOTE AUGB3. 01715-90905 DEC83. 01715-90805 8L 01:08:01 
A7251A OPER NOTE FEB7? 17251-90002 JUL84 17251-90052 8L 01.11 01 ; 
pie . 1905A 
{7252A ; OPER NOTE FEB77 17251-90002 JUL84 17251-90052 8L 01 11 01. 
: 1905A-001 
172534 OPER NOTE FE877 17251-90002 JUL84 17251-90052 8L 01 11 01 
1905A-005 © 
1726A - “OPER GUIDE JUN83. 01726-90902 AUG83 01726-90802 8L 01 08 01 : ay 
1906A 
1727A ~ OPER GUIDE JUL83: 01727-90902 OCT83 01727-90802 8L 01 08.01 
OPER. & SERV MAN NOV81 01727-90903 OCT8S. 01727-90803. 8L 01 08 04 : 
MAN CHANGE JAN85. 01727-90903 1906A-001 
SERV NOTE SET BELOW OCcT85 
1727A-1 MAY81 WO SER 2137A00450 & BELOW.MOD TO PREV CRT MOVEMENT 
1727A-2 APR83 WN ALL SER.MCD TO IMPR PUL RESP & BANDWDTH 1908A 
1727A-3 MAY85 WA SER 2452A01225 & BELOW.POT PWR XFMR FAILURE DUE TO CAP SHORTING 
908a-001 
1740A OPER & SERV MAN AUG76 01740-90909 wOV83 01740-90309 8L 01 08 03 ' 
. MAN CHANGE GMBH JUL79 01740-90909 1908A-005 
MAN CHANGE OCT83. 01740-90909 
MOD SHEET AUG8O0 5955-8031 NOVEO 5955-8060 8L 01 08 01 1909A 
SERV NOTE SET BELOW OCT84 : 
1740A-1 - NOT AVAILABLE 1909A-001 
1740A-2 : NOV75 WN ALL SER.CARE OF PREAMP INTEGRATED CIR 
1740A-38 JUL78 WN ALL SER.MOD FOR CONVERTING STD 1740A TO OPT 101 491A 
1740A~4 NOV7?S WO SER BELOW 1526A.MIXED SWEEP OSCIL 
1740A-5A MAR78 WO SER BELOW 15335A.PROC TO FIX VERT AMPLFR BAL & GAIN IF VERT PREAMP ‘4C, AZA1..IS REPL 
1740A-6A JAN?? WO SER 1541A & UP.PROC TO FIX VERT AMPLFR BAL & GAIN IF VERT PREAMP 1C, A3A7 IS REPL | 
1740Ac7 APR76 WO ALL SER.PROC TO IMPR LO VERT GAIN 
~ F7A0A~8A MAR78 WO ALL SER.COMPON SELECTION TO REMEDY PULSE RESPONSE OF RISETIME PROBLEMS 
“47AOAW9 APR76 WO SER BELOW 1551A00724.REV.TO ELIM VERT GAIN PROB IN CHANNEL 8 ONLY 
-1740A-10A MAR78 WO ALL SER PREF REPL FOR A16CR4 RECT. 
1740A~118 : MAY77 WO SER 1616A-01725. & BELOW.MOD TO PREVENT SHORT SWEEP 
1740A-12A MAR78 WO SER. BELOW. 1616A-01925.MOD TO IMPR REL OF +120V: PWR SUPPLY 
1740A-13 . JUL77 WO ALL SER.MOD TO PREVENT VERTICAL OSCILLATIONS DURING TURN ON 
1740A-14 .- * NOV?7 WO SER BELOW 1729A.MOD TO ELIM INTERMITTENT VERT OR HORIZ JITTER 
T7A0AS15A APR78 WO ALL SER.PREF REPL FOR INPUT FETS a 
1740A-16 _ SEP8O WN ALL SER. Wop TO IMPROVE CONNECTOR. MATING REL BETWEEN BS VERT PREAMP & AS VERT. OUTPUT 


CONTD PC BOARDS 


PAGE 68 ~ 419708 /85 a a ° ; PAGE 83 “41/08/85 ; 
: MODEL - 0 LITERATURE H/C H/C. PART FACuE FICHE PART. MP. D E : + MODEL 0 
ee Po Po ONUMBER oe oo TYPE DATE NUMBER DATE NUMBER... LT ae NUMBER - C 
IN wink ’ aes er ee LE, tab westee neh stabs wR, DESCRIPTION Lainie DESCRIPTION the DESCRIPTION hie DESCRIPTION kek DESCRIPTION tek : lee 
740A -VWAOAH17 ~ JANB2-WO- SER 2026A17230 & BELOW: PREF REPL FOR ASRS RESIST. IN hg DELAYED SWEEP ANTEGRATOR 
es 1740A-18 ooo | A ANB2: WO-SER- 2026A12642 TO 2026A16282. REPL CAP IN THE +120V PWR SUPPLY : : '1915A-001 
: on eee Boot : 1740-19-S: oo. =: MARB2 WALALL. SERSPOSS SAFETY HAZ on MutT INPUTS ON, 740A -MITH opr "034,035,c09,8H17 : 
JURCE . ; : 1740A-20A. JANS3. WO SER AS FOLLOWS:"*A" SER D394 REL Awe" attet ys PADDEr DaMAuUnTU Ber ALE 


eee ee ww 


4 740A-12A MAR78 WO SER BELOW 1616A-01925.MOD TO IMPR REL OF +120V PWR SUPPLY 


1740A-13 ; JUL77 WO ALL SER.MOD TO PREVENT VERTICAL OSCILLATIONS DURING TURN ON 

4740A-14 NOV77 WO SER BELOW 1729A.MOD TO ELIM INTERMITTENT VERT OR HORIZ JITTER 
- FYTAOACISA APR78 WO ALL SER.PREF REPL FOR INPUT FETS , 
eT aOn 6 ..- SEP80 WN PC BOARDS TO IMPROVE CONNECTOR MATING REL BETWEEN A3. VERT PREAMP & AS VERT OUTPUT 


ee 7 | 41/08/85 
“1798/85 PAGE 83 08/8 


LITERATURE H/C H/C PART — FICHE FICHE PART M PD P 0 
NUMBER TYPE DATE NUMBER DATE MBER L Tt V6 Cc 
kkk DESCRIPTION *&* DESCRIPTION #ik DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *** : 
4740A 1740A-17 JAN82 WO SER 2026A17230 & BELOW;PREF REPL FOR AQRS RESIST IN THE DELAYED SWEEP INTEGRATOR ‘oe 
WO SER 2026A12642 TO 2026A16282.REPL CAP IN ote +120V PWR SUPPLY 1915A~001 ( 
WA ALL SER.POSS SAFETY HAZ ON MULTI INPUTS ON 1740A WITH opt PhSs,035,C09,8H17 Se teat 
wo SER AS FOLLOWS: "AUSER 2226A 2 BELOW." Ge "ALL SER.TO CORREC LOW BANDWDTH.& SLOW iesAc0s ho 
WN SER 2026A & BELOW AND 1751G & BELOW.MOD TO ELIM HORZ JITTER INTENSITY FILICKER & PWR. ewes a 
SUPLY CONN DISCOLORING : i6t6h 
1740A-005.. ss OPER NOTE 5955-5008 JAN79 5955-5009 * 8L 01 O08 01 USE 1740A-005 FICHE 5955-6284 
OPER NOTE 5955-6283 APR8O 5955-6284 = 8L 01 08 01 VTE ee 
T740AF MOD SHEET 83 01740-90914  DEC83 01740-90814 8L 01 08 01 1917A-001 ; 
4 “SERV NOTE SET BELOW APR 
17408 _ SERV NOT | T BELOW R82 4917k-005 
17400A OPER & SERV MAN AUG72 17400-90000 OCT79 17400-90050 8. 01.11. ( 
~~ MANU CHANGE AUG79 17400-90000 ‘920k. 
174014. OPER & SERV MAN —sAPR79. 17401-90001 -—-~»EC81.- 17401-90051 8L.01 | 
: MAN: CHANGE OCT81 17401-90001 : 

1920-001 ( 
+7A02A OPER & SERV MAN DECT6 17402-90001 FEBT7 17402-90051 8L 01 ( 
17403A — OPER & SERV MAN AUG74 17403-90000 NOV77 17403-90050 8L 07 1921A 

MAN CHANGE ? 47403-90000 i } 
174044 OPER & SERV MAN 17404-90000 DEC81 17404-90050 8L 01 1921A-001 
174A . OPER & SERV MAN 01741-90905 JAN78 01741-90805* 8L 01 03 USE 1741A FICHE 01741-90811 
; _-QOPER & SERV MAN” 01741-90911 FEB80 01741-90811 8L 01 03. USE .1741A FICHE 01741-90815 1922A ( 


OPER & SERV MAN 01741-90915. JUNBO 01741-90815* &L 01 03 USE FICHE 01741-90819 

OPER GUIDE 01741-90918 JUNS2 07741-90818 8t 01 01 
OPER. & SERV MAN 01741-90919 JUL85 01741-90819 8L 01 O03 SEE TITLE PAGE FOR OPTIONS. COVERED 
MAN CHANGE 01741-90919 

MOD SHEET A 5955-8031 weved 5955-8060 BL 01 01 


oe dle SET BELOW 
ud SER BELOW 1624400550. PREF REPL bd A15R15 + A15R16 FOCUS RESTS TORS 
SER.RESIST SELECT TO SAL ATT 
SER.MOD INSTRUC FOR STATE DISPLAY OPT 101 par cen 01741-69501 
SER.MOD TO PREVENT OSCILLATIONS DURING TURN 
‘BELOW 1704A.MOD TO ELIM INTERMITTENT VERT oR HORIZ JITTER 
SER.PREF REPL FOR INPUT FETS 
BELOW 1739A.CRT REPL & WIRING CHG 
1812A & BELOW.REC REPL KIT TO REDUCE BLOOMING 
SER.LOW VOLT PWR SUPPLY X-REF OF INTERCHANGEABLE P C ASSYS 
2017A08125 & BELOW;PREF REPL.FOR AQRS RESIST IN THE DELAYED SWEEP INTEGRATOR 
2017A05096 TO 2017A07535.MOD TO REDUCE LOW VOLTAGE. XFMR 
SER.POSS SAFETY HAZ ON MULTI INPUTS ON 1741A WITH OPT O34,035,H36, 8435 
a PRN ME FOLLOWS:"A"SER 2017A & BELOW:"G"&''J"ALL SER.TO CORREC LOW BANDWDTH & SLOW 
JUN84 WN SER 207A & BELOW AND 2002G & BELOW.MOD TO ELIM HORZ JITTER INTENSITY FILICKER & PWR 
SUPLY CONN DISCOLORING | 


47410-002 OPER NOTE APR79 01741-90913 MAY?9 01741-90813 8L 01 08 01 


4922a-001 
1925A oo 
1927A | 
9928A 


193A 


AGE 69 11/08/85 eee ts : | PAGE 84 | 44708788 
a ' MODEL 0 LITERATURE - H/C H/C PART FICHE ai Hela MPO F , MODEL 0 
i | NUMBER “C¢ TYPE DATE NUMBER DATE. & TV : NUMBER C 
| tote ‘ “aoe : : : : SEs ; akk DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION whe DESCRIPTION uke DESCRIPTION tek i ins a 
| “1741-003 «OPER NOTE — MAY79 01741-90914 JUL79. 01741-90814 8L 01:08:01 ! tee ae ee ia : 
f a , | ME ie De Pig gaggia 2 
1741-005 «OPER ‘NOTE " SEP78 5955-5008 JAN79 5955-5009 * BL 01 08 o1 USE 1741-005 FICHE 5955-6286 = tssdT CL oa 


GPER NOTE . .——_FEB80 5955-6283. APR8O 5955-6284 6L-01. 08 


4ORM r 


1741a-002 


17/08/85 
MODEL 
NUMBER 


1741A-003 


1741A-005 
| a7ata-101 


1742h, 


1742A4/005 
1743 


11/08/85 
MODEL 
NUMBER 


led time 
17A1A-14 JUN84 WN SER “20174 & BELOW AND 20026 & BELOW.MOD 70 ELIM HORZ JITTER INTENSITY FILICKER & PWR 
CONT'D SUPLY. CONN DISCOLORING 


OPER NOTE APR79 01741-90913. MAY?9 01741-90813 BL 01 08 01° 


: PAGE 84 
LITERATURE H/C PART FICHE denies Hdl M POD 4 

TYPE NUMBER DATE NUMB LT .V 
wkk DESCRIPTION *** DESCRIPTION akk DESCRIPTION ike DESCRIPTION *** DESCRIPTION it 


OPER NOTE MAY79 01741-90914 JUL79 01741-90814 8L 01 08 01 


OPER NOTE SEP78 5955-5008 JAN79 5955-5009 * 8L 01 08:01 USE 1741A-005 FICHE 5955-6284 
OPER NOTE FEB80 5955-6283 APR80 5955-6284 8L 01 08 01 


OPER & SERV MAN APR8O 01741-90915 JUN8O 01741-90815* 8L 01 08 03 USE FICHE 01741-90819 
OPER & SERV MAN MAY82 01741-90919 SEP82 01741-90819 8L 01 08 03 


OPER & SERV MAN MAR?8. 01742-90901 MAY78 01742-90801* 8L 01 08 03 USE 1742A FICHE 01742-90803 
OPER & a MAN JUL78 01742-90903 MAY83 01742-90803...8L 01 08 03 INCL. OPT 001,090,101/2,580,900/1/2/6 


“MAN ‘CHANGE FEe83 01742-90903. 


SERV NOTE SET BELOW OcT8és 
1740-38 ALL SER.MOD FOR CONVERTING STD 17424 TO OPT 101 


~A7M2A~1A oI SER PFX 1807A.MOD TO PREVENT FALSE READINGS IN DELAYED SWEEP "TRIG'D" MODE. 
{7heam-e ALL SER.IMPR CONN MATING REL BETWEEN A3 VERT PREAMP & A5 VERT OUTPUT PC BDS 


1742A-37 oad WO SER 2021A02056 & BELOW;PREF REPL FOR ARS RESIST IN THE DELAYED. SWEEP INTEGRATOR .. 
1742A-4. SER 2021A01121 TO 2021A01952.REPL FOR CAP A16C21 IN +120 PWR SUPPLY 

1742A-5A JO SER 2021A & BELOW.CORREC LOW BANDWOTH & SLOW RISETIME 

1742A-6 WN SER 2021A & BELOW.MOD TO ELIM HCRZ JITTER INSTENSITY FLICKER & PWR ‘SUPLY CONN 
CONT'D DISCOLORING 


OPER NOTE : 01742-90905 FEB81 01742-90805 8. 01 08 01 


OPER. & SERV MAN DEC7?. 01743-90902 APR78 01743-90802* 8L 01 08 “e USE 1743A FICHE 01743-90805 

OPER & ‘SERV MAN: 01743-90905 AUG83 01743-90805 81 01 08 0 

MAN. CHANGE 01743-90905 

OPERATOR'S GUIDE MARSO 01743-90906 JSUN8O 01743-90806 BL 01 08 02 

SERV NOTE SET a OCcTs4 

1740A-38 JUL ALL. SER.MOD FOR CONVERTING STD 1743A TO OPT 101 

1743A~1 SER SELOW 1740A.MOD TO ELIM INTERMITTENT VERT & HORIZ JITTER 

1743A-2 D ALL SER.PREF REPL. FOR INPUT FETS 

1743A-3 ALL SER.MOD TO IMPR CONNECTOR MTNG REL BETWEEN A3 VERT PREAMP & AS VERT OUTPUT PC BD 
1743A-4 SER 2034A01538 & SELOW;PREF REPL FOR AORS RESIST. IN. THE DELAYED SWEEP. INTEGRATOR 
1743a-5 SER 2034401220 TO 2034A01512.REPL FOR CAP A16C22 IN piety PWR SUPPLY 

1743A-6A : Ber 2236A. & BELOW. CORREC LOW BANDWDTH & SLOW RISETIME 

1743A-7. SER 2036A. & SELOW.MOD TO ELIM HORZ JITTER INSTENSITY FLICKER & PWR SUPLY CONN 
CONT'D DISCOLORING 


TAKAM~7 ALL SER.TO CORREC LOW BANDWDTH & SLOW 


OPER & SERV MAN AUG78 01744-90901 AUG79 01744-90801* 8L 01 08 03 USE 1744A FICHE 01744-90803 
OPER & SERV MAN. _——_- DEC79'-: 01744-90903 MAY83 01744-90803 8L 01 08 03 
MAN CHANGE FEB83 01744-90903 


SERV NOTE SET BELOW OCT84 
TA4AW1 SEP7 SER 1915A & BELOW.MOD TO REDUCE “WRITE-THROUGH" &DEFOCUSING 
SER 2014A & BELOW.MOD THAT IMPROVES CRT REL 
SER. 2109A02038 & BELOW.PREF REPL FOR AQRS RESIST IN THE DELAYED SWEEP INTEGRATOR 
SER 2019A01149 TO 2019A01199;2014A01200 TO 2014A01448; eoseneraas TO 2052A0548;2109A 
01549 TO 2109A01948.M0D TO REDUCE LOWVOLTAGE PWR XFMR FAILUR 
ALL SER.POSS SAFETY HAZ ON MULTI INPUTS ON 1744A WITH OPT 054,035,104, 8H06 
O ALL. SER.PREF REPL FOR A16CR3 BRIDGE RECTIFIER 
SER 2109A & BELOW.CORREC LOW BANDWDTH & SLOW RISETIME 
JUN84 WN ork cl0ue BELOW.MOD TO ELIM HORZ JITTER INSTENSITY FLICKER & PWR SUPLY CONN 
D R 


ce PAGE. 85 
LITERATURE H/C H/C PART FICHE FICHE PART M P p P 

TYPE DATE NUMBER DATE NUMBER LT 6 

sink DESCRIPTION *e* DESCRIPTION #+e DESCRIPTION “eek DESCRIPTION tkk DESCRIPTION tick 


OPER. Fr SERV MA MANS. ‘Sep82 2 01745-90901 2 JUNB3 01745-90801 BL 01 08 03. 
- OPER GUIDE. .-.. Bese 01745-90902 « FEBB2 01745-90802 8L 01:08 01. 
RENN NOTE all ‘BELOW APR8S - 
TTASAM 1 . JANBS WO ‘SER ZeAnk: & BELOW. CORREC Low BANDWOTH ‘ ‘SLOW RISETINE 


11/08/85 
MODEL 
NUMBER 


1964/8 


197A 
197A-001 


-197A-008 
197A/198A 


11/08/85 
MODEL 
NUMBER 


1978-001 


1978-002 - 


4O7A—nnX 


2° 


=P acd 
00.* 


zo 
»U 


1744A-7A JANB3 WO SER 2109A & BELOW. CORREC LOW BANDWDTH & SLOW RISETIME 
a ios 1744a-8 JUN84 WN SER 2109A & BELOW.MOD TO ELIM HORZ JITTER INSTENSITY FLICKER & PWR SUPLY CONN . 
Sea ae CONT'D DISCOLORING 


11/08/85 is a PAGE 85 
MODEL 


41/08/85 : 
0 LITERATURE H/C {C PART FICHE FICHE PART M P OD P MODEL 0 
NUMBER c TYPE DATE  __- NUMBER DATE NUMBER L T VG . NUMBER =~ C 
tek DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION #ix Eek 
17454 OPER & SERV MAN SEP82 01745-90901 JUN83 01745-90801 8L 01 08 03 1978-001 OPEE 
MAN CHANGE MAR83 01745-90901 
OPER GUIDE DEC82 01745-90902 FEG82 01745-90802 8L 01 08 01 1978-002 PREL 
SERV NOTE SET BELOW APR83  OPEF 
1745A~1 JANS3 WO SER 2248A & BELOW.CORREC LOW BANDWDTH & SLOW RISETIME “sopeigod co pnp 
1745A-005 » “OPER NOTE NOV82 01745-90903 JAN83. 01745-90803... 8L 01.08 01 =. a OPES 
1746A OPER & SERV MAN SEP82 01746-90901 JUN83 01746-90801 8L 01 08 03 1978-006 OPE! 
MAN CHANGE MAR83 01746-90901 PREL 
OPER GUIDE DEC82 01746-90902 FEB82 01746-90802 8L 01 08 01 OPE 
OPER & SERV MAN MAR83 01726-90903 MAY83 01726-90803 8L 01 08 05 meet 
SERV NOTE SET BELOW APR83 1978-007 PREL 
V7A6A-1 JAN8% WO SER 2229A & BELOW.CORREC LOW BANDWOTH & SLOW RISETIME OPE 
1746A-005 OPER NOTE _ NOV82 01746-90903 JAN83 01746-90803 8L 01 08 01 198A OPEr 
175A OPER & SERV MAN —s-FEB63. 175A-901 NOV71 175A~801 01 08 03 FOR SER PFX 235 19800 OPEt 
‘MAN CHANGE DEC64 1754-901 MAN 
OPER & SERV MAN —s-MAR67_- 17S5A~904 JUN70 1754-804 01 08 03 FOR SER PFX 344 & ABOVE OPET 
SERV NOTE SET BELOW oe Sean JUL79 MAN 
San - NOT AVAILABLE 
175A-2 - _NOT AVAILABLE 1980A/8 SER\ 
175A-3 - NOT AVAILABLE 198( 
175A-4 - NOT AVAILABLE 498 
175-5 - NOT AVAILABLE 198( 
175A-6 APR6S —- SER _BELOW 450. MOD TO VERT OUTPT PCB 198¢ 
175A-7 - NOT AVAILABLE 198i 
175A-8 JUL65 SER BELOW 436.MOD TO INCR VERT DC STABILITY 198( 
1750-9 OCT65 — ALL SER.REC REPL TO IMPR TRIG CIR STABILITY | 198 
175A-10 OCT65 SER BELOW 326.FAN FILTR REPL KIT 1981 
1754-11 DEC6S SER BELOW 530-04101.mMOD TO IMPR HI FREQ TRIG 198( 
175A~12 > NOT AVAILABLE 198 
175a-13 - JUL66 ss SER BELOW 603.REC REPL FOR TRIG SENSITIVITY POTENTIOMETER CO} 
~ 75A~14A DEC71 WN SER BELOW 633-04850.IMPR TRIG S 198 
175-15 JAN68. SER BELOW 633-06036.MOD KIT FOR THERMAL SWITCH ASSY 198 
1750A OPER & SERV MAN APR63. 1750A-902 SEP75 1750A-802 BL 01 08 01 198 
MAN CHANGE A JAN66 1750A-902 1981 
MAN CHANGE B FEB64 1750A-902 198 
: col 
17508 OPER & SERV MAN JANOO 01750-90903 APRS 01750-90803 01 08 02 198 
SERV NOTE SET BELOW AY78 col 
17508-1 - SER BELOW 435-00176. MOD TO INCREASE FREQUENCY RESPONSE 198 
4750B-2 NOV6S SER BELOW 543-00616.MOD IMPR DC STABILITY OF B TRIGGER OUT AMPLIFIER 
17508-3 OCT65 SER 516-00426 + UP.SELECT TRANSTR REPL FOR OPTIMUM PULSE RESPONSE 19808 PRE! 
1750B-4 NOV65 SER BELOW 516-.MOD TO IMPR DC BAL OPE 
; MAN 
17500A OPER t SERV MAN MAR69 17500-90001 JUN81 17500-90051 8L 01 11 01 SER' 
MAN. C MAR81 17500-90001 MAN 
SERV NOTE. SET BELOW OCT81 
17500A~1 NOV68 WA SER BELOW 833-.MOD. TO ZMPROVE RELIABILITY & POWER RATING OF THE CHOPPER CIRCUIT : 19807A OPE 
17501A OPER & SERV MAN Menon 17501-90002 JUL78. 17501-90052 8. 01 11 01 19810A OPE 
MAN CHANGE MAY78 17501-90002 : 


41/08/85 i” PAGE 86 11/08/85 
MODEL LITERATURE H/C. | H/C cen FICHE ee PART M PD F MODEL 
NUMBER TYPE DATE NUMB DATE NUMBER LT V coe NUMBER Cc 
ie ee i wkk DESCRIPTION wkk DESCRIPTION **x% DESCRIPTION eke DESCRIPTION *x% DESCRIPTION wick Voce bee 7 id 
V7501A - SERV NOTE SET BELOW ocT8i ea <7 19B14A OPEE 
; ~ 17501A-1/17503A-1. DEC66 SER BELOW GA7 REL CHOPPER REPL e Soe oy ; 
-17501A-2A/17503A-2A JUN@1 WN SER BELOW 717-.MOD TO PERMIT OPER WITH 71008 & 7128A_ ELECTRIC ‘WRITING RECORDERS | es 19860A OPE! 
~ 475014 “3 NOV68 WA SER BELOW 828-.MOD. TO IMPROVE RELIABILITY & POWER RATING OF THE a Si CIRCUIT © : ode srs pega ee 8S MAN 
17502A OPER & SERV MAN eee 17502-90000 JAN79- 17502-90050. ts 01 11 ot ae : ee Bos “2D. roe OP EI 
Os, “MAN. CHANGE | P76 17502-90000 oe 


“QEBU NATE Cet BEI OU AR TRS cus ; ; a ee an_9 > nine 


an 


ECT. 


ATSO1A 


11/08/85 
MODEL 


NUMBER 


175010 


TV7502A 


ATSO3A. 


17505A 


17506A 


mas “751A 


1752 


17528 


1755A 


17550A 


41/08/85 
MODEL 


NUMBER 


17551A 


‘| 475528 
“475530 
| 17554, 


OPER & SERV MAN. 


“OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


LITERATURE. 
TYPE 


“SERV NOTE SET BELOW 
-97501A-1/17503A~1_ 


AZS01A~ZA/17505A~2A 
7501A-3 


"OPER ©. SERV MAN 


MAN. CHANGE 
SERV.NOTE SET BELOW 
17502A-1._. 


17502A-2 
- 17502A-3-S 


OPER & SERV MAN. 
MAN CHANGE. 
SERV. NOTE. SET BELOW 
17501A-1/17503A-1 
“17501A-2A/17503A-2A 
17503A-3 


~ OPER & eg MAN 


MAN CHANG 


“SERV NOTE FSET BELOW 


17504A-1 


OPER & SERV HAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
SERV NOTE SET BELOW 
1751A=1 


‘OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
SERV NOTE SET SELOW 
17528-1 


. 1752B-2 


OPER & SERV MAN 
MAN CHANG 


E 
SERV NOTE SET BELOW: 
1754A~1 


1754A-4 
OPER & SERV MAN 


SERV NOTE SET BELOW 
“4TS5A-1 


OPER & SERV MAN 


LITERATURE | 
TYPE 


OPER & SERV MAN. 
OPER & SERV MAN 


-: DEC6?7. 17503-90000 
~AUG7? 17503-90000 


~ pEC66 05700-90000 
-DEC66 05700-90000 


_ DEC66 05700-90000 


MAR??7 17501-90002 
MAY78 17501-90002 


JUL78 17501-90052 8L 01 11 01 


: PAGE 86 
H/C” H/C. PART FICHE FICHE PART MP D F 
DATE - NUMBER NU 


DATE UMBER LT Vv 
wkk DESCRIPTION ekk DESCRIPTION *&*x DESCRIPTION ake DESCRIPTION Rik DESCRIPTION wick 


ocTs1 
DEC66 SER BELOW 647.REC CHOPPER REPL 
JUN81 WN SER BELOW 717-.MOD TO PERMIT OPER WITH 7100B & 7128A ELECTRIC WRITING RECORDERS 
NOV68 WA SER BELOW 828-.MOD TO IMPROVE RELIABILITY & POWER RATING OF THE CHOPPER CIRCUIT 


DEC67 17502-90000 JAN79 17502-90050 8L 01 11.01 
SEP76 17562-90000 


ocTs1 
NOV68 WA SER BELOW 828-.MOD TO IMPROVE RELIABILITY & POWER RATING OF THE CHOPPER CIRCUIT 
JUN71 WN SER BELOW 908.MOD FOR OPER WITH 17505A OR 17506A 
APR76 WA SAFETY.SER BELOW 2320.ELIMINATLON OF POTENTIAL SHOCK HAZARD 
OCT77. 17503-90050 8L 01 11.01 

ocTa1 

DEC66 «SER BELOW 647.REC CHOPPER REPLACEMENT 
JUN81 WN SER BELOW. 717.MOD TO. PERMIT OPERATION WITH 7100B/7128A ELECTRIC WRITING RECORDERS 
NOV68 WA SER BELOW 834-.M0D TO INCREASE RELIABILTY & POWER RATING OF CHOPPER CIRCUIT 


SEP68 17504-90001 APR85 17504-90051 8L 01 11 02 
MAY72 17504-90001 


cT84 
NOV68 WA SER BELOW o0s81. MOD TO. INCREASE RELIABILITY. & POWER RATING ‘OF CHOPPER CIRCUIT 


APR79 17505-90000 MAR8O 17505-90050 8L 01.11 02 
SEP79. 17505-90000 


APR79 17505-90000 
SEP79 17505-90000 


FEB64 01751-99002 mere 01751-99802 8L 01 08 01 
JUL64 SER BELOW 427-00391.MOD IMPR GAIN STABILITY 


JUN62 1752-900 SEP72 1752A-800 01 08 01 
DEC63 1752A-900 


OCT65 01752-90903 ae 01752-90803 8 01 08 01 


OCT65 SER BELOW 516.M0D TO ELIMINATE OSCILLATIONS IN NORMAL MODE 
OCT65 ALL SER.MOD TO IMPR DC. STABILITY 


JUN64 01754-99002 FEB71 01754-99802 07 08 02 
OCT6? 01754-99002 v7 


MA 
+ NOT AVAILABLE ‘ 
= NOT AVAILABLE 
DEC65 + SER BELOW 442-00351.MOD TO INCREASE TRIGGERING RELIABILITY 
JAN66 SER BELOW 550-.M0D IMPR DC STAB OF TRIGGER OUT AMPLIFIER 
OCT67 01755-90904 beer 01755-90804 01 08 02 
MAR66°  IMPR B TRIGGER OUT DC STABILITY 


DEC66 05700-90000 NOV74 05700-90050 01 11 02 


MAR80. 17505-90050 8L 01 11 02 


NUMBER. 


H/C PART FICHE FICHE PART M P DP 
DATE NUMBER LTV 6 : 
kik DESCRIPTION tke DESCRIPTION #e* DESCRIPTION at DESCRIPTION #mt DESCRIPTION rick 


Nov74 05700-90050 01 11 02 
Nov74 05700-90050 01.11 02 

- NOV74 05700-90050 01.11 02 
-—NOV74 05700-90050 0114 02 | 


DEC66 05700-90000 


| 2p/2Fa SERV | 


PAE 87 


4.7 ee ee ME Se 


198104. OPER 


11/08/85 
MODEL 
NUMBER C 


“19811AsCOPER | 
| 19860A OPER | 


MAN C 
2D OPER | 
20-2 | OPER | 
20-26 ——~*« PER 
20-3 OPER | 


20R OPER | 
2D4/2DR4. ——Ss«O PER 
2FA/2FRA OPER | 
OPER | 
MAN Cl 


2FAM/2FRAM. . OPER 


2FR OPER 


es 


11/08/85 
MODEL ( L 
NUMBER € 
2008 -. OPER & 
ce SERN 
: | 2008-1 
2000 =—t=t«*CPER B 


-200cD—ti“‘ié PERK 


17550A OPER & SERV MAN DEC66 05700-90000 NOV74 05700-90050 04.11.02 


11/08/85 PAS yaa , : . 3 , , PAGE 87 11/08/85 
MODEL =«-«O——sSLE ERATURE H/C H/C PART FICHE FICHE PART MP DP MODEL 0 L 
NUMBER TYPE DATE NUMBER DATE NUMB Lw™é™éV6 NUMBER sC 
: tke DESCRIPTION SH DESCRIPTION tte DESCRIPTION ### DESCRIPTION ##* DESCRIPTION *ée 
175514 OPER & SERV MAN DEC66 05700-90000 _NOV74 05700-90050 01.11 02 2008 OPER & 
17552A  ——=s«*OPER & SERV MAN _—DEC66 05700-90000 =» NOV74 05700-90050 —«01 11: 02 2008-11 
47553A OPER & SERV MAN —DEC66.05700-90000 ==» NOV74 05700-90050 _—so1 11.02 200¢ OPER & 
475544 OPER & SERV MAN —-DEC66 05700-90000 NOV74 05700-90050 01 11 02 200cD OPER ‘ 
17555A | ——s«OPER & SERV MAN _ -DECé6 05700-90000 NOV74 05700-90050 01-11-02 Seny N 
17556A OPER & SERV MAN —DEC66 05700-90000 NOV74. 05700-90050 01-11. 02 200¢D~ 
17557A.——s—=sSCOPER & SERV MAN DEC66. 05700-90000 —s»NOV74 05700-90050 —s01. 11: 02 200cD~ 
17558A Ss OPER & SERV MAN _——DEC66 05700-90000 —«-NOV74 0S700-90050 —«- 01.11 02 2ooco~ 
: : é : an 
“ATS59A OPER & SERV MAN —-DEC66 05700-90000 ——-NOV74 05700-90050 — 01:11 02 200cD- 
175600 OPER & SERV MAN —DEC66. 05700-90000 —«»NOV74 05700-90050 —so1. 11 02 sine ae 
175800 ‘USER'S GUIDE MAR81 17580-90000 ——- MAY81_17580-90050* 8L 01 11 01 USE 17580A FICHE 17580-90052 
ee INSTALL GUIDE MAY81 17580-90001 JUN81 17580-90051* 8L 01 11 01 USE 17580A FICHE 17580-90055 200H OPER & 
476034 SERV NOTE SET BELOW APR82 ; 
: 17603A—1 NOV81 WO SER 2134A & BELOW.ROM REPL OF U29 & U30 2001 ean. 
176048 SERV NOTE SET BELOW ; JULB2 oa Se 
: -17604A-1 MAR&2 WN SER 2139A.REC U29 EPROM FIRMWARE CHANGE TO IMPR PERF 200J ~~ OPER & 
17808 OPER NOTE SEP65 1780A-906 APR70 1780A-800 01 08 01 200T OPER & 
17818 OPER & SERV MAN OCT65. 17818-902 ocT70 01781-802 01 08 02 | sie aa pee 
17824 OPER & SERV MAN _—s-FEBG4 1782A-901 AUG77 1782A-801  8L_-01 08 01 1 2018-1 
SERV NOTE SET BELOW MAY78 . os 
1782A~1 MAY64 SER BELOW 413-00476.IMPR EXT SCAN RATE + RANGE OF EXT HORIZONTAL LEVEL ADJ 201¢ OPER & 
783A OPER & SERV MAN —DEC6S._ 1783A-901 AUG77 1783A-801 801 08 01 SERV N 
17844 OPER & SERV MAN —_—DEC67 01784-90902 —S»s MOV75 01784-90802 8L 01 08 02 ne se 
179508 -——s«OPER & SERV MAN —sMAY68 17950-90000 =» OC T80 17950-90050 8L 01 11 01 ; 202-68 
480A-HO3 OPER & SERV MAN MOD JUNG8 00180-90923 FEB81 00180-90823 8L 01 08 01 SER PFX 967- OR BELOW 202d OPER & 
OPER & SERV HAN MOD JANOO 00180-90924 © APR81 00180-90824 8L 01 08 04 SER PFX 975- AND HIGHER : MAN CH 
180A/AR OPER & SERV MAN MAY69 00180-90911 DEC84 00180-90811 8L 01 08 02 INSTRUC 
; MAN CHANGE MAY70 00180-90911 INSTRUC 
MAN CHANGE UK ss AUG70.: 00180-90911 INSTRUC 
OPER G SERV MAN —-APR70 00180-90914 —DECBA 00780-90814 8L 01 08 02 INSTRUC 
MAN CHAN MAY72 00180-90914 OPER & 
SERV NOTE SET BELOW APR84 ; SERV N 
180A=1 JUNS7 WN SER BELOW 721.IMPR SIDE COVER RED VERTICAL TRACE DRIFT DUE TO AMBIENT AIR CIR 2020~2 


180A/AR-3A MAR70 WO SER BELOW B22-04194, MOD FOR INCR HV ADJ RANGE + PREV HV OserL DOUBLE © MODING 


11/08/85 eee Acie . ea - PAGE 88 11/08/85 a 
MODEL 0 LITERATURE . H/C H/C PART | FICHE — FICHE eal MP f P MODEL GO LT 
NUMBER Cc. TYPE DATE NUMBER DATE NUMB LT G NUMBER t 
Ba kkk DESCRIPTION kkk DESCRIPTION wkk ‘DESCRIPTION » kk DESCRIPTION kkk DESCRIPTION iikk 
180A/AR 180A/AR~4 - APR69 WA.SER BELOW 822.REC REPL FOR R204 ; : 202E OPER IN 
CO5~i180A-5 AUG69 WO PREF REPL FOR SER REG. TRANSISTORS = ; 
180A/AR-U-6U _-APR70 WO SER BELOW 0939.PREF REPL FOR R126 + R310. Cats 8 202H OPER & 
180A/AR-6A APR70 WO ALL. SER.PREF REPL FOR R126 + R310 ; eye a — MAN’ CHAT 
| BOA/AR=7.  SEP69 WO PREF REPL FOR @104 + ADD OF Rize. IN GATE AMPLIFIER Re ae : : eG coe SERV.NO 
180A/AR-8 : -MAR70 WO GATE AMPLF slice ert a MODIFICATION ONS. ore oe areas : , 202H=1A 
1B0A/AR-9 -*. SUN72 WOOALL: SER. PREF REPL OF R305 ee ge ae s Seer 2 ~~ 202H=2 
180A/AR=10 as NOV72 WN ALL SER.PROC INSTALL OPT 807,REAR-PANEL CONNECTIONS ee ee GON ee eae ms Q202H-3 
180A/AR“11 MART WO. ALL: SER.MOD TO IMPROVE +100V POWER SUPPLY STABILITY - Peg die ee ets ea ~ 202H~4 
180A/AR-12° «J ANBO WN ALL SER.PROC TO REUSE OLD. LIGHT. MASK WHEN REPL A-CRT Sets oie es Sass ees es 202H-5" 


180a/F=$13 ‘NOVAS. UN “bt Fe _eEr NEU fTADBYTNCG UA 


41/08/85 
MODEL 


0 
NUMBER Cc 


180A/AR 


180c 


180¢/D 


180D° 


180ER 
180F 
180K 


180T/TR 


180T/TR-003. 


180T/TR-580 


18002A 
8003A 
1801A 


11/08/85 
MODEL 
NUMBER 


801A 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


_ LITERATURE 
‘TYPE 


MAN C 


CHAN 
OPER -& SERV MAN 


MAN CHA 
OPER & SERV MAN 


SERV. bots SET BELOW 


“4 801AS5 


aenmnar 


1801A-6B 


Ares O mrmetr: Adal 


LITERATURE 
TYPE DATE 
1B0A/AR~4 APR6 
cO5~180A-5 AUG6é9 
180A/AR-U-6U APR70 
180A/AR~6A APR70 
180A/AR-7 SEP69 
180A/AR-8 MAR70 
180A/AR-9 JUN72 
180A/AR-10 NOV72 
180A/AR-11 MAR79 
1SOA/AR-12 JAN8O 
180A/F-13 NOV83 
OPER & SERV MAN SEP71 
OPER & SERV MAN AUG76 
MAN. CHANGE JANS4 
SERV NOTE SET BELOW 
 180C/D=1 NOV71 
180¢/D-2 NOV72 
180¢/D-3 MAR79 
180¢/D-4 DEC79 
CONT'D 
180¢-5 Novas 
OPER & SERV MAN SEP? 
OPER & SERV MAN AUG76 
MAN CHANGE JANBS 
OPER & SERV MAN —s MAR7O 
MAN CHANGE AUGEI 
OPER & SERV HAN —NOV69 
MAN CHANGE AuG83 
OPER & SER: AAN > MAR7O 
MAN CHANGE MARTA 
OPER & SERV NAN FEB75 
OPER & SERV MAN AUG76 
MAN CHAN OCT84 
SERV NOTE SET BELOW 
480T/TR-1 MAR79 
180T/TR-2 DEC79 
OFER & SERV KAN AUG76 
MAN CHANGE OcTs4 
OPER & SERV MAN AUG76 
MAN CHANGE 


OcTBA 
-Auce3 
JUN70 
FEB6B 


H/C 
DATE 


H/C PART 
NUMBER 


FICHE FICHE PART M 
DATE NUMBER LT: V6 
keke DESCRIPTION wikk DESCRIPTION *%* DESCRIPTION *** DESCRIPTION *** DESCRIPTION eke 


WA SER BELOW 822.REC. REPL FOR R204 
WO PREF REPL FOR SER REG TRANSISTORS 


rob P 


WO SER BELOW 0939.PREF REPL ig ries + R310 

WO ALL SER.PREF REPL FOR R126 + R310 

WO PREF REPL FOR @104 + ADD OF Rize IN GATE AMPLIFIER 
WO GATE AMPLF RELIABILITY MODIFICATIONS 

WO ALL SER PREF REPL OF R305 
WN ALL SER.PROC: INSTALL OPT 807,REAR~PANEL CONNECTIONS 
WO. ALL SER.MOD TO IMPROVE +100V POWER SUPPLY STABILITY 


WN ALL SER.PROC TO REUSE OLD LIGHT MASK WHEN REPL A CRT 
WN ALL SER.REC NEW CARRYING HANDLE 


MAY74 00180-90815* 


00180-90915 
00180-90935 
00180-90935 


WO. 180C. SER 1125A00140. + BELOW.180D SER 1125A00115 + BELOW. IMPR: ALTERNATE ORERATION 


APR84 


01 08 03 USE 180C FICHE 00180-90835 
MAR84 00180-90835 8k 01 08 03 SEE TIYLE PAGE FOR OPTIONS COVERED 


WN ALL. SER. INSTALL REAR. FANEL CONN OPTION 807 
WO ALL SER.MOD TO IMPROVE +100V POWER SUPPLY STABILITY 


WN 180C:SER Ure eke ba % BELOW.180D:SER 1921A03710 & BELOW.PROC TO REUSE OLD LIGHT MASK | 


WHEN REPL C 


WN SER 1935A. REC NEW. C/.RRYING HANDLE 


MAY74& 02180-90815* 
MAR84 00180-90835. 8L 


00180-90915 
00180-90935 
00180-90935 


00180-90913 | 
00180-90913 


00180-90910 
00180-90910 


0 00180-90912 


60180-90912 


00180-90931 
00780-90934 
00180-90934 


APR&O 
WO ALL SER. MOD TO.. IMPROVE +100V POWER 
WN SER 1944401140 & BELOW.PROC TO REUSE OLD LIGHT MASK WHEN REPL CRT 


00780-90934 
00180-90934 


00180-90934 
00180-90934 


18002-90007 
18003-90004 
01801-90903 


H/C. PART 
NUMBER 


DATE MBER LT 
wee DESCRIPTION *** DESCRIPTION *x* DESCRIPTION tik DESCRIPTION sie DESCRIPTION wkk 


MAY68 01801-90903 
NOV68 01801-90905 
DEC69 01801-90905 
SEP76 01801-90916 


OCT81.£0180-90813.° 8L 


APR71 00180-90812 


APR7S 00180-90831* 
FEB85 00180-90854. 8. 0 


NOVB3 00180-90810 8L 


01 08 03 USE 180D FICHE 00180-90835 _ 
01 08 03 SEE TITLE PAGE FOR OPTIONS COVERED 


01 08 02 
01 08 02 


01 08 02 


01 08 03 USE 180T/TR FICHE 00180-90834 
108 02 . 


SUPPLY STABILITY. 


FEB85 00180-90834. 8L 01 08 02 ~ 


_ FEB85 00180-90834. 81. 01 08 02 


OCT85 18002-90003 8L 01 38 01 
OCT85 18003-90005 8L 01 38 01 


SEP72 01801-90803 


01 08 02 FOR SERIAL PFXES 716 & BELOW 


FICHE ae PART M P y 4 
ul 


SEP72 01801-90803 02 
FEB85 01801-90805 8 01 08 O02 FOR SERIAL PFYES Bes: & ABOVE 


~ DEC76 01801-90816 8L 07 08 02 
MAY78 


SER BELOW 714-01400.M0D IMPR SYNC AMPLIFIER LINEARITY. 
SER 6714-00400 & DOWN.MOD TO EQUALIZE.TUP & -UP. PULSE RESPONSE 
SER BELOW 644-.MOD FOR MORE PRECISE VERTICAL POSITION 
SER BELOW 775-.MOD TO INCREASE RESOLUTION OF CAL POTENTIOMETER 


01 08 


PAGE 88 11/08/85 
MODEL 


NUMBER 
202E 
202H 


202J 


203A 


2038 
204A 


2048 


204¢ 


204¢-H20 


PASE 89 


11/08/85 
MODEL 
NUMBER 


204C-H20 


2040. 


SER BELOW 644-.MOD TO PERMIT OPER WITH 1820A OR 1821A TIME BASES WITH SER 2 640 & UP. 


pier naena Pe a 


PURI) te? Se mean anant 


-- MAY67 
SEP69 WA SER BELOW 828. MOD: TO IMP TRIGGERING IN CHOP MODE 


0 LIT 


OPER INS’ 
OPER & SI 


202K~9/2 
SERV. NOT’ 
2 


OPER &-SI 
OPER & SI 
OPER & SI 
- SERV NOT 
203A~1 
203A-2A 
203A-3A 


OPER INS 
OPER & S| 
MAN CHAN 
MAN CHAN 
SERV NOT 


204B~1D 
2048-2 /2! 


OPER & S 


Oo Lite 
co a 


MAN CHANG 
OPER & SE 
INSTALL | 


OPER & Si 


11/08/85 
MODEL 
NUMBER 


18014 


1801F 
18016A 
1802A 


480200 


-18021A 
. 48023A 
18024A 
48030 


11/08/85 
MODEL 
NUMBER 


1805A 
1805A-003 
“18053A 
1806A 
“48078. 


apnea 


“OPER. NOTE 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
— MAN: CHANGE 


LITERATURE 
TYPE 


MAN CHANGE 
OPER & SERV MAN 


MAN CHANGE 


OPER & SERV 
SERV a ser" BELOW 


1801A-68 


OPER & SERV MAN 
MAN. CHANGE 


OPER NOTE 
OPER & SERV MAN 


SERV NOTE SET BELOW 


1802A-1 


OPER & SERV MAN 


OPER & SERV MAN 
OPER NOTE 

OPER NOTE 

OPER. & SER MAN 
MAN. CHAN 

SERV NOTE SET. BELOW 
1803A-1 


OPER & SERV MAN 


 OPER.& SERV MAN 


MAN CHANGE 

SERV NOTE SET BELOW 
1804A-1 
1804A-2. 


OPER NAAee 
MAN. CHANGE 
SERV NOTE SET BELOW 
18043A~-1-S 
‘OPER NOTE 


OPER NOTE 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
1805A~1 


LITERATURE 
TYPE 


4805A-2 


“OPER & SERV MAN. 


OPER & SERV MAN 


OPER & c&ev MAN 


H/C 
DATE 


MAY68 
V6 


' r4 
SEP69 


FEB70 
APR8&2 


AUG?7 
FEB71 


OcT6s. 


MAR?7 
APR82 
AUG?77 


- AUG77 


APR72 
MAY75 


MAY83 


JUN71 


JSUL76 
FEB80 
DEC68 


APR75 
FEB?7 


MARSA 
APR70 
APR70 
DEC75 


JUN76 
JUN83 


H/C PART FICHE FICHE PART M P De 


NUMBER 


MBER LT 
xkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION xik DESCRIPTION kk DESCRIPTION ek: 


01801-90903 
01801 ovene 
01801-9090 

01801-90916 


SER BELOW 714-01400.MOD. IMPR SYNC AMPLIFIER LINEARITY 

SER 614-00400 & DOWN.MOD TO EQUALIZE TUP & -UP PULSE RESPONSE 

SER BELOW 644-.MOD FOR MORE PRECISE VERTICAL POSITION 

SER BELOW 715~.MOD TO INCREASE RESOLUTION OF CAL POTENTIOMETER 

SER BELOW 644-.MOD TO PERMIT OPER WITH 1820A OR 1827A TIME BASES WITH SER 640 & UP 
WA SER BELOW 828. MOD TO IMP TRIGGERING IN CHOP MODE 


01801-90906 » 


01801-90906 
18016-90001 
01802-90903 
WA MOD OPER 
18020-90001 
18021-90001 


18016-90001 


18016-90001 


01803-90904 
01803-90906 


DATE NU 


SEP72 01801-90803 01 0 


8 02 
FEB85 01801-90805 8. 01 08 02 FOR SERIAL PFXES 828 & ABOVE 


DEC76 01801-90816 8b 01 
MAY78 


JUNS2 €1801-90806 8L 01 


NOV77 18016-90002 a aT 
OcT84 01802-90803 8L 01 
WITH 1804/1821 TIME BASES 
MAR77 18020-90002 8L 01 


SEP84 18021-90002 8L 01 


- NOV77 18016-90002 8L 01 
NOV77 18016-90002 8L 01 
APR8S 01803-90804 8L 01 


08 Ce 


08 02 


38 01 


08 02 


38 01 


38 01 
38 01 
38 01 
08 02 


OCTES. 2 
WN ALL SER-REC REPL S3 THUMBSHEEL SWTCH ASSY 


01804-90903 
01804-90904 
01804-90904 » 


MAY78 
WA 1820A_SER BELOW 624-00750. 1821A. SER BELOW 630-00500.MOD PERMIT USING IN 18044 
SER BELOW 838-.MOD IMPR PULSE. RESPONSE WITH POSITION CHANGE 


NOV77 18043-90007 8L 01. 


18043-90006 
18043-90006 


APR85 
WA SAFETY.ALL SER.DETECT SLIPPING OUT. OF MOUNT 


18044-90000 
18044-90000 
01805-90902 


01805-90903 
01805-90903 


APR74 01804-90803* 01 


- AUGBS eee BL OT 


SEP71 18044-90016 01 
SEP7? 18044-90016 01 


JAN76 01805-90802* 81 01 08 02 USE 1805A FICHE 01805-90803 


NOV83 01805-90803 8L 01 


JAN83 
SEP72 WO SER BELOW 1233A.REPL FOR A6U1 + A6U2 


H/C 
DATE 


-AUGB2 


DECTS 


-JUN76 
JUN78 
JAN71 


HAR7S. 
DEC71. 


_AULT5 
> Sey pE 


H/C. PART 
_ NUMBER DATE NUMBER LT VG 
kek DESCRIPTION *** DESCRIPTION *k* DESCRIPTION ***. DESCRIPTION *** DESCRIPTION *x* 


FICHE pert fone 4P 


WN SER 1409A & BELOW.PRE PREL FOR A9T1 


01805-90902 
01805-90903 


18053-90003 . 
01806-90901 
01806-90901 


01807-90901 
07807-90901 
4 ane—onon> . 


JAN76 01805-90802* 8L 01 


08 02 
08 02 


38 01 


38 01 
38 01 


08 02 


DP 


08 02 USE 1805A-003 FICHE 01805-90803 _ 


AUG8= 01805-90803 8 01.08 02 


JAN79. 18053-90004 8L 01 
FEB85 01806-90801 8L 01 


OcT84 01807-90801 8L 01 


“DETRA AYANAGONAN? AI 14 


38 01 
08 02 


08 02 


ng AD 


USE 1804A FICHE 01804-90804 


PAGE 89 
NUMBER 


204C-H20 


2040 


| 205A | 


| 205aG 
205AH 


207A. 


207E 
207H 


2070A 
208A 


209A 


PAGE 90 


11/08/85 
MODEL 
NUMBER | 


| 2094 


11/08/85 | 
MODEL 


205A/AG 


MAN. CHANGE 


OPER & SER 
INSTALL NO 


OPER & SER 


MAN. CHANGE 


OPER & SER 
OPER NOTE 
INSTALL. NO 
INSTALL NO 

SERV NOTE 
2040-7 


2040-2 


2040-3 


--208¢/0-38 


GPER & SER 
SERV NOTE 
205A/AG~1B 


| 205465. 


OPER &: SER 
OPER & SER 


INSTRUCT & 


OPER INSTR 
OPER & SER 
MAN CHANGE 


OPER & SER 


INST MAN 
HAN. CHANGE 
SERV NOTE 
207H~1 


SERV NOTE 
2070A-1 


OPER & SER 
MAN: CHANGE 


OPER & SEF 
MAN CHANGE 
OPER NOTE 
INSTALL. NC 
SERV NOTE 


209A-8 
"OPER & SER 


SERV NOTE | 
210K “1A. 


11/08/85 
: MODEL 
NUMBER 


1805A 
1805A-003 


480530 
18068 


1807A 
18080. 
180800 
48081A. 


18082A _ 
1809A 


-4BIA/AR 


qBIT/TR 


181T/TR-O03 


OPER NOTE. 
“OPER NOTE 


. OPER & SERV MAN 


181T/TR-3” 


LITERATURE H/C 
"TYPE DAT 


4805a~2 


“OPER & SERV MAN 


OPER & SERV MAN 
OPER NOTE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER NOTE 


OPER & SERV MAN. 
MAN CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE M 
SERV NOTE SET BELOW 
181A~1 A 
54510-2A 
IB1A/AR=3 
181A/AR-4 
181A/AR-5 
1B81A/AR~6 
1BiA/AR~7 - 
181 A/AR-8 
181A/AR=9 
181A/AR~10 
CONT'D 
181A~11 
1B1A/AR~12 


JAN?5 
OPER & SERY MAN MAY76 
MAN CHANGE MARB1 
SERV Ane SET BELOW 
1817 MAR?9 
eit /tR-2 DEC80 
CONT'D 
JANS1 


NOV83 


OPER & SERV MAN MAY76 


H/C PART 


BER 


WN SER 1409A. & BELOW.PRE PREL FOR A9T1 


JSAN76 01805-90802«: 8L 01 
01805-90803 


01805-90902 


01805-90903 
18053-90003 


01806-90901 . 


01806-90901 


01807-90901 


07807-90901 


01808-90902 


01808-90902 


4 18080-90001 
48080-90001 


18080-90001 


01809-90903 
01809-90903 


00181-90905 
00181-90916 
00181-90916 


FICHE 
DATE 


AGB 


JAN79 
FEBBS 


- OcT84 


OcT84 


SEP85 
SEP85 
SEP85 
AUGB3 


JAN74 
MAY81 


PAGE 90 


FICHE PART M Pp D P 
NUM NUMBER tL TV 
aEk DESCRIPTION *** DESCRIPTION wk DESCRIPTION ek DESCRIPTION wkk DESCRIPTION wikk 


18053-90004 
01806-90801 


01807-9080% 
01808-90802 


18080-90002 
18080-90002 
18080-90002 
01809-90803 


00181-90805* 


8L 01 


8L 
8L 


01 


BL 


8L 


8L 
SL. 
8L 
8L 


00181-90816 BL Of 


7 Be neuer 48054-003 FICHE 01805-90803 


38 01 
08 02 


08 02 


08 02 


38 01 
38 01 
38 01 


08 02 


1.08 03 USE 181A/AR FICHE 00181-90816 
08 02 


JUL8S 

PRECAUTIONS FOR REPLACEMENT OF STORAGE CRT 

SPECIAL BOTTOM COVER TO ELIM ELECTROMAGNETIC INTERENCE 

SER BELOW 838.MOD TO PREV STORING IN NORMAL MODE 

SER BELOW 840.REC REPL FOR. A3R4 

SER BELOW 936-01626(181A) + 936-01926(181AR).GATE AMPLF REL MOD 

PREF REPL FOR A1R20. 

ALL SER.PREF REPL FOR A1R50 

MOD TO INSTALL OPT 807 REAR-PANEL CONN.SUPER 180A/AR/C/D-1,181A/AR-7 + 182A-1 

ALL SER.MOD TO IMPROVE +10GV POWER SUPPLY STABILITY 

181A SERS 2045A & BELONFIBTAR SERS 2043A & BELOW.PREF REPL V REF TUBE FOR ABV1/V2-IN 

+ OR -100V SUPPLIES 

IN. SER 2045A.REC NEW CARRYING HANDLE 

WA 181ASSER 1324A & BELOW;181AR:SER 1337A & BELOW.REC REPL FOR A6 PULSE BD ASSY 


00181-90913 
00181-90915 
60181-90915 


MAY75 


00181~90813* 


01 


08 03 USE 181T/TR FICHE 00181-90815 


MAY81. 79181-90815 stg 01.08 02 


APRB4 
WO ALL SER.MOD TO IMPROVE +10CV POWER SUPPLY STABILITY 
WN 181T SER PFX 2034A & BELOW.181TR SER PFX 2035A & BELOW.MOD TO PREVENT POTENTIAL INST 


DAMAGE DURING SERVICE 


UN 181T SER PFX 2034A i BELOW. lene SER PFX 2035A & BELOW.PREF PNS FOR REPL VOLT REF 
TUBE IN. + OR =.100V: POWER: SUPPLY 
WN SER 2035A.REC NEW CARRYING HANDLE 


MAY81 60181-90815 8L 01 08 02 


00181-90915 


11/08/85 
~ MODEL 
NUMBER 


2094 


“210A. 


211A 


2118 


212A 


213A 


2138 


2140, 


LITERAT 
TYPE 


209A~1 


209A-8. 


OPER & SERV | 


SERV NOTE: SE 
210K “1A 


OPER © SERV | 
MAN CHANGE 
INSTALL MAN 


MAN. CHANGE 
rH NOTE SE 


OPER & SERV 
OPER & SERV. 
SERV NOTE SE 
2118-1 
211B~2 


2118-3 
OPER & SERV | 


OPER & SERV | 
SERV. NOTE. se 


- 2A2A-98 | 


OPER & SERV | 
OPER. INSTRUC 
SERV NOTE SE 
213A~1A— 


OPER & SERV 


OPER & SERV 
OPER & SERV | 
» MAN CHANGE 


SERV NOTE. SE 


| emer 


41/08/85. 
"MODEL 
NUMBER 


PAGE, 76 


SCRIPTION tek 


1810A 


18100A 


18114 


1B136A 
1815A/8 


g oe 

GING UP 1815A/B/6A 
1815A/B/7A 
1816A 


1818A 
] 182A 


"182-807 


‘1B2A/C 


182. 


aa 7a tae: 


181T/TR-003 


LITERATURE 
TYPE 


MAN CHANGE | 
OPER & SERV MAN 


MAN CHANGE 
SERV NOTE SET BELOW 
1810A-1 
1810A~2 
1810A-3 


SERV ‘MAN 
MAN CHANGE 
OPER NOTE 


OPER & SERV: MAN 
SERV NOTE SET BELOW 
1811a~1 

1811A-2 

OPER & SERV MAN 


SERV ee SET BELOW 


1815A/B-1 
1815A/8-2° 
CONT’ D 

1815A/B-3 


1815A/B-4 


OPER & SERV HAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 


SERV NOTE SET BELOW 
1816A~1 


OPER & SERV MAN 


OPER & SERV ¥AN 
MAR: CHANGE 


OPER eo SERV MAN 
MAN C 
OPER t SERV. MAN MOD 


SERV NOTE SET ‘BELOW 
182A/C-1. 


182C-5-s 


OPER & SERV MAN 
OPER & SERV MAN 


MAN. CHANGE 


apathy 


H/C 
‘DATE 


MAR81 


AUG71 
JUN75 


FEB74 
DEC74 
DEC74 


JUL72 
JSAN77 
AUG72 


MAY76 


' DECT4 


JUNB3 
DEC74 
SEP?70 


ocT72 
MAR73 


APRO9 


JAN75 
JAN69 
NOV76 

DECE9 
MAR77 


oct70 
AUG72 


OCT?70 
AUG72 
JANOO 


NOv72 


SE san fttittti boron 


nH i inten He tiieH 


Bane. 


: 11/08/ 
H/C PART FICHE FICHE PART M oP ' e MODE! 
NUMBER ~~ DATE ‘NUMBER. «LT NuMe! 
xee DESCRIPTION *** DESCRIPTION. eee DESCRIPTION eke DESCRIPTION kik DESCRIPTION trick 
00181-90915... MAY81.00181-90815. 8L 01 08 02 214A 
01810-90901 DEC7S 01810-90801. 8L 01.08.03 
01810-90901 
MAY78 
KN 1810A SER 1246A.1811A SER BELOW 1245A.MARKER DOT INTENSITY MOD 
WO SER BELOW 1308A.RED MIN DELAY DRIFT 
WO SER BELOW 1308A.kED TRIG CIR LOCK-UP 
18100-90011 NOV77 18100-90012 8L 01 38 01 2148 
18100-90011 
18100-90013 OCT85 18100-90014 8L 01 38 01 
01811-90902 MAY85 01811-90802 8L 01 08 02. hee 
MAY78 2148-0 
NOT AVAI! ABLE ce 
WO SER BELOW 1309A.RED TRIG CIR LOCK-UP 2148-9 
18136-90001 SEP83 18136-90002 8L 01.38 01 2148-9 
T 2148-9 
WA SER BELOW 1241A.REQ MOD IMPR PERFORM 
WN 1815A SER BELOW 978.18158 SER BELOW 975.MOD MAKE 1815A/B + REMOTE SAMPLER USABLE. IN 216A 


MODEL 183. OSCILLOSCOPE 
WO 1815A_ SER BELOW 1130A.1815 SER BELOW 1139A.IMPR 1106A. TUNNEL DIODE. MOUNT RELIABILITY 


WO SER BELOW 1130A.1815B SER BELOW 11739A.IMPR 1106A TUNNEL DIODE MOUNT RELIABILITY 


01816-90901 
01816-90901 


01817-90901 


01617-90901 


OcT79 
WA SER BELOW -0C130.MOD IMPR LO FREQ DISTORTION ADJUSTMENT 
01818-90902 


00182-90901 
00182-90901 


00182-90901 
00182-90901 
00182-90903 


WN ALL SER.MOD TO INSTALL OPT 807 REAR=PANEL CONNECTIONS 
WO ALL SER.MOD TO IMPROVE +100V POWER SUPPLY STABILITY 
EN SER 1941A & BELOW.REC NEW CARRYING HANDLE 

-WA SAFETY ALL SER-POSS HAZ DUE. “0 INSTR HANDLE BREAKAGE» 
WA SAFETY:ALL SER.POSS HAZ,DUE TO INSTR HANDLE BREAKAGE 


4 00182-90906 


00182-90908 
00182-90908 


DEC7S 01816-90801 8L 01 08 03 


NOV85. 01817-90307 .8L 01 08 03 


APR77 01818-90802 8L 01 08 02 
NOV72 00182-90801 01:08 03. 


HAR79 00182-90803 8L 01 08 02 


+ 


JUR75 00182-90806" 8L 01 08 03 USE 182¢ FICHE 00182-90808. 
FEB80 (00182-90808 8L 01:08 02 


- PAGE 77 


CRIPTION #e 


08 


PAGE 78 


182A-807 


41B2A/¢ 


182c 


‘| 11/08/85 
MODEL 


NUMBER 


182C-004 


182¢-002 


182C-003 


182C-007 


:182c-010: 


182¢-011 


182C-013 


1827 


1827-003. 


1820A 


18208 


| 1820¢ 


“11/08/85 


PEPSAL WPT EN be: 


OPER & SERV MAN — 
MAN CHANGE 
OPER & SERV. MAN MOD 


SERV NOTE. SET BELOW 


182A/C-1: 


-182A/C-2- 


182A/C-4 
182A-5-S 
182C-5-S 


OPER & SERV MAN 
OPER. & SERV. HAN 
MAN: CHANGE 


LITERATURE 
TYPE 


OPER & SERV MAN 
MAN) CHANGE 


OPER & SERV MAN 
MAN CHANGE 


~ OPER @ SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
MAN. CHANGE 


SERV mia SET BELOW 


182T-4-S 
OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


1820A-8 


OPER ie SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


182081 
1820B-2 
18208-3._ 


OPER & SERV MAN 
OPER & SERV MAN 


2 2m n.d wi ie 


AUG72 00182-90901 


MAVVUre VUIVR FUFVI 
ocT70 00182-90901 
JaNOO 00182-90903 


Cy 


HAR79 00182-90803 . 8L 01 08:02 


“NOV72 uN ALL SER. Kop TO INSTALL OPT 807 REAR-PANEL CONNECTIONS 
MAR79 WO ALL SER.MOD TO IMPROVE +100V POWER SUPPLY STABILITY 


FEB74 00182-90906 
SEP76 00182-90708 
OCT?9 00182-90908 | 


-NOV83 EN. SER 1947A & SELOW.REC NEW CARRYING HANDLE 
MAR8SS WA SAFETY:ALL SER.POSS HAZ DUE 0 INSTR HANDLE BREAKAGE 
MARSS WA. SAFETY: ALL SER.»POSS HAZ,DUE. TO INSTR HANDLE BREAKAGE 


-JUN75 00182-90806* 8L 01 08 03 USE 1826. FICHE 00182-90808 
FEB8O 00182-90808 8L 01.08 02 delat Vs 


PAGE 92. eee ieee 
“H/C H/C PART FICHE FICHE PART MP D P \ MODEL 
DATE NUMBER DATE NUMBER t TV : NUMBE! 
wee DESCRIPTION *#* DESCRIPTION ##* DESCRIPTION kk DESCRIPTION tek DESCRIPTION toek 
2210 
SEP76. 00182-90908 FEBS0 00182-90808. 8. 01 08 02: vie eg 
OCT79 00182-90908 22120 
SEP/6 00182-90908 FEB80 00182-90808 8L 01 08 02 
OCT79 00182-90908 : 
SEP76. 00182-90908 FEB8O0 00182-90808  8L 01 08 O2 
ocT7? 00182-90908 
SEP76 00182-99908 FEB8O 00182-90808 8L 01 08 02 
OCT79 00182-90908 ms 
SEP76 00182-90908 FEB80 00182-90208 81 01 08 02 
OCT79 00182-90908 : 222A 
SEP76 00182-90908 FEB80 00182-90808 8L 01 08 02 
OCT79 00182=-"U908 
SEP76 00182-90908 FEB8O 00182-90808 8t 01 08 02 
OCT79 00182-90908 
FEB75 00182-90907 APR75 00182-90807# 01 08 O2 USE 182T FICHE 00182-90809 eee te 
MAY76 00182-90909 FEBSO 00182-90809 8L G1 08 02 » 226A 
OCT?9 00182-90909 oa 
oc a 
MAR79 WO ALL SER.MOD TO IMPROVE +100V POWER SpePty STABILITY 230A 
NOV83 WN SER 1941A & BELOW.REC NEW CARRYZNG HANDLE 
@AR8S WA SER 2010A011380 & BELOW.POSS HAZ DUE TO INSTR HANDLE BREAKAGE 
MAY76. 00182-90909 FEB80 00182-90809 8L 01 08 02 
OCT79. 60182-90909 : Res 
FEB63. 01820-90902 OcT70 01820-90802 01-08 02 
JUL70. 01820-90902 
oct79 
MAY67. SER BELOW 640-.MOD COMPATIBILITY WITH MODEL 1801A 
JUN(? SER BELOW 624~.MOD ENABLE OPER WITH NE\. VERT PLUG=INS. 2308 
JAN68 SER BELOW 711-00350.MOD IMPR INT TRIGGE.\ING AMP 
= WO SER BELOW 809-.PREF REPL VR201 2ENER DILOE | 
APR69 WA SER BELOW 835.MOD ELIM HI FREQ OSCIL 2310€ 
MAR7O0. WO PREF REPL FOR C301, 2, 3, + 4 
DEC73 WO ALL SER.PREF REPL FOR R249 oe 
JUN79 WN ALL SER.PREF REPL FOR TRANSISTOR @107 sia 


FEB69 01820-90903: 
JAN70 01820-90903 


.  OCT79 
MAR70 WO PREF REPL SWP TIMG 


ocT70 


01820-90803. — 


CAPACITORS 


DEC73 WO ALL SER.PREF REPL: FOR A1R&4 
NOV73 WN ALL SER. IMP ‘SWEEP LENGTH 


FEB74 01820-90907 
JUN76 01820-90908 


. 01 08 02 


JUN7S 01820-90807 8L 01 08 fe USE .7820¢ FICHE 01820-90808 
APR78 01820-90808 8L 01 08.0 


11/08/85 


PAGE 93. 


RIPTION xa 


PLIED. 


E OUT DETENT 


INE 


CTIVE PROBES 


PAGE 78 


11/08/85 et | PAGE % 
: 0. LITERATURE H/C H/C. PART FICHE FICHE PART M PD P 
ee Pang TYPE ~ DATE NUMBER DATE NUMBER LT VSG 
: : ; RRY DESCRIPTION kik DESCRIPTION wkk DESCRIPTION **% DESCRIPTION **k* DESCRIPTION *# 
18214 OPER & SERV MAN —-SEP67 01827-90903 «OC T74 01821-90803" 01 O8 O2 USE 1821A FICHE 01821-90804 


eee 


1820A-6 MAR70 WO PREF REPL FOR C301, 2, 3, + 4. 


1820A-7 DEC73 WO ALL SER.PREF REPL FOR R249 

1820A-8 JUN?9 WN ALL SER.PREF REPL FOR TRANSISTOR 0107 
18208 . : -OPER & SERV MAN. FEB69 01820-90903. -0cT70. 01820-90803 «01 08 02 

MAN. CHANGE JAN70 01820-90903. 

SERV NOTE SET BELOW -OCT79 - 

782081 MAR70 WO. PREF REPL SWP TIMG CAPACITORS 

18208-e : DEC73. WO ALL SER.PREF REPL FOR A1R84 

18208-3 NOV73 WN ALL SER.IMP SWEEP LENGTH 


1820 OPER & SERV MAN FEB74 01820-90907 - JUN75 01820-90807* 8. 01 08 ue USE 7820C FICHE 01820-90808 
OPER & SERV MAN JUN76 01820-90908 APR?8 01820-90808 8L 01 08 0 Bs 


OPER & SERV MAN JUN68 01821-90904 JUL73 01821-90804% 01 08 ne USE 1821A FICHE O16 2170808 
OPER & SERV MAN: APR76 01821-90908 | FEB82 01821-90808 8L 01 08 0 


MAN. CHANGE © NOV81. 01821-90908 
1821A/E/F SERV _ NOTE SET BELOW CT?79 
“ 1821A~1 dUN67 SER BELOW 712=<HOD IMPR TRIGGERING AT HI FREQ WITH TEMP CHANGES 

- 1821A-2C FEB68 SER BELOW 712-01550.MOD IMPR TRIGGERING AT EXT SETTING OF VERT POSITION CONTROL 
1821A-3: MAY67 SER BELOW 64U~.MOD. KIT TO PERMIT OPER WITH 18014 AMPLFR WITH SER 644 + UP 
1821A~4 JUN67 SER BELCW 630~.MOD. ALLOW OPER WITH NEW VERT PLUG-INS 
18214-5 = WO SER BELOW 809-.PREF REP! VR201 + VR203. ZENER DIODES : 

 1821A-6 ‘. APR69 WA SER BELOW 805=.MOD ELIM HI FREQ OSCIL 
1821A~7A MAR70 ¥O ALL SER.PREF REPL OF SWP TIMG CAP 
1821A-8 MAR72 WA TRIG MOD COMPUTER FIELD SERV APELICAT IONS HP PRTS KIT NO. 01821-69503 
1821A-9 DEC73 WO SER 1821A + 1821.PREF REPL FOR R223 + R444 
1821a-10. JUN79 WN ALL SER.PREF REPL FOR TRANSISTORS Q107 ¢ Q305. 
1821F=1 JUN79 WN ALL SER. PREF 5. 


1822A OPER & SERV MAN OCT68 01822-90901 == MAY?75 01822~90801 01 08 02 


MAN. CHANGE MAR71 01822-90901 
SERV NOTE SET BELOW JUL80 
1822A~1 MAR70 WO PREF REPL OF SWP TIMG CAPACITORS 
1B22A-2A APR8O WO SER O907A & BELOW.MOD TO. IMPROVE REL 
1822A-3 DEC73 WO ALL SER.PREF REPL FOR A1R59 + A1R105 

1824A OPER & SERV MAN DEC71 01824-90901 JUN75 01824-90801 01 08 C2 
MAN CHANGE MAR75. 01824-90901 


1825A - OPER. & SERV MAN SEP76 01825-90904 DEC76 01825-90806 8L 01 08 02 
183A OPER & SERV MAN MAR74 00183-90910 MAY74 00183-90810 01 08 03 


183A/B/C/D SERV NOTE SET BELOW APR84 
: 183A/B~1 JUL70 WA SER 926~00051 THRU 926-00070(183A/B); SER 94727-00101. THRU ee reese SER 963- 

CONT'D 00119 THRU 963-00130(183B).MOD TO IMPROVE CRT RELIABILIT 

183A/B/C/D=2A JUN71 WA 183A SER BELOW 1113A,183B SER BELOW 1112A,183C SER imei 11174,1830 SER BELOW 115A. 
CONT'D IMPR FLDGN CIR REL + POS FLDGN TURN OFF. SUPER 183A/B- 

183A/B-3 OCT70 WA SER 941-G0101 THRU Hgeree ela a bday SER $41-00701 THRis $65-00144 (1838). MOD TO. IMPR 
CONT'D ee PULSE RESP OF 1802A IN 183 SYSTE 

183A/B/C/D-& MAR71 WA SER BELOW 1107A00876(183A);SER BELOW 1108A00386 (1838);SER BELOW 1111A(183C);SER 
“CONT'D. BELOW 1190A00128(183D).MOD TO IMPROVE HIGH VOLTAGE REGULATION 

183A/B/C/D-5 AUG71 WA 183A SER BELOW 1109A00951,1838 SER BELOW 1108A00386,183C SER BELOW 1120A00114,183D 
CONT'D ; SER BELOW 1115A00138.MOD TO REDUCE INTENSITY FLICKER 

183A/B/C/D-6 NOV71 WA 183A/3 SER BELOW 1204A,183C SER BELOW 1208A,183D SER BELOW 1134A.MOD TO. IMPROVE 
CONT'D TRIG PERF FOR SINGLE SWEEP OPERATION 

183A/B/C/D-7 DEC71 WO 183A/B SER BELOW 1204A.183C/D SER BELOW 1208A.MOD TO IMPRV ALT OPER: USING 180 SERIES 
83A/B/C/D-8 ' -DEC71.WO ALL SER.PREF. REPL FOR A7R9. + A7R16 

183A/B/C/D-9 . -  -FEB72 WO A11A1R6: PREFER REPL 


183A/C-10 NOV83 WN ALL SER. REC NEW. CARRYING HANDLE 
1838 OPER & SERV MAN MART4 00183-90910. MAY74. 00183-90810 01 08 03 


183¢ OPER & SERV MAN JAN71_ 00183-90903 JAN75 00183-90803 01 08 03 
s MAN CHANGE SEP74 00183-90903 ; 


11/08/85 ee HG Mg oe Sey Mane a ee EO gg 
MODEL. 0 LITERATURE H/C H/C-PART . FICHE FICHE PART M.-P D P : : eee = : 
NUMRER c : TYPE ... RATE... NUiMPED NaTE ‘MIMBED tr wee 


eats Sere es dt © 


2311A 


11/08/85 
MODEL 
NUMBER. 


232A 


236A-HO1 


239A 


240A 
2401A 


24018/C 


2402 


11/08/85 
MODEL. 


GUME: 2 BELOW 717 15A00155.M0D TO REDUCE INTENSITY FLICKER 
NE 183A/B/C/D-6 NOV71. WA 1854/8 SER BELOW 1204A,183C SER BELOW 1208A,183D SER BELOW 1134A.MOD. TO IMPROVE 
mos CONT*D RIG PERF FOR SINGLE SWEEP OPERATION 
183A/B/C/D-7 dDEC71 WO 1BSA78 SER. BELOW 1204A.183C/D SER. BELOW 1208A. MOD TO IMPRV ALT OPER USING 180. SERIES 
483A/B/C/B-8 ~ DEC71 WO ALL SER.PREF REPL FOR A7R9 + A7R16 eS 
183A/B/C/D-9 * FEB72 WO AT1A1R6 PREFER REPL 


TIVE PROBES 


183A/C-10 ~NOV83 WN ALL SER-REC NEW CARRYING HANDLE . 
1838 OPER & SERV MAN -MAR74 00183-90910 MAY74 00183-90810 01.08 03 


183C OPER & SERV MAN‘ JAN71_-00183-90903 JAN75 00183-90803 01 08 03 
MAN. CHANGE SEP74 00183-90903 


PAGE 79 11/08/85 ee a ee PAGE 94 1 -941708/85 

MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M PD P a a 1) MODEL. 
he NUMBER TYPE NUMBER DATE MBER LT V. ‘NUMBER 
IPTION ee. as ; 


MAN CHANGE - APR81 00184-90904 


OPER & SERV MAN FEB77 00184-90904 JUN81 00184-90804 8L 01 08 03- 
MAN CHANGE APR81 00184-90904 


ane ia tex DESCRIPTION #44 DESCRIPTION #44 DESCRIPTION sxe DESCRIPTION *Ht - DESCRIPTION : sie 
183D OPER & SERV MAN —--JAN71. 00183-90903 = JAN75 0018%~#11203 01.08 03 ay : 2402A 
pated MAN CHANGE ss SEP74 00183-90903 | | | kes 
1830-020 —OPER NOTE JUL72 00183-90906 - NOW85 00183-90806 8L 01 08 01 
MANE CHANGE FEB73 00183-90906 : | sink 
1830A OPER & SERV MAN —NOV70 01830-90902 NOVB4 01830-90802 8L 01 08 02 : 
| MAN CHAN NOV74 01830-90802 
SERV NOTE SET BELOW MAY78 | . 
1830A~1 OCT7O YN SER BELOW 968.REC REPL FOR A2 PREAMP BOARD + AS OUTPUT AMPLFR BOARD ! 3 
1830A-2 FEB71 WA SER BELOW 981-.MOD TO STOP OSCIL. | | | 210A 
1831A - OPER NOTE AUG70 01831-90901 -MAY71 01831-90801 01.08.01 : 
OPER NOTE CHANGE © MAY71 01831-90901 Baace 
1831A~001 OPER NOTE NOV70 01831-90903 MAY71_ 01831-90803 01 08 01 
"OPER NOTE CHANGE = MAY71_ 01831-90903 oe 
OUT DETENT 1831A/B SERV NOTE SET BELOW MAY78 ee 
po 1831A/8~1 MAY71 WO ALL SER.REDUCED CROSS COUPLING 3 ae 
| 18318 OPER NOTE SEP70 01831-90902 — MAY71. 01831-90802 01 08 01 “ | 245¢ 
, OPER NOTE CHANGE — MAY77_ 01831-90902 ee 
ee 1834A OPER & SERV MAN —-JUL73 01834-90902 —- OCT84 01834-90802 8L 01 08 02 : 
ULTANEOUSLY MAN CHANGE FEB76 01834-90902 Eh 2460A 
18350 OPER & SERV MAN ——-NOV73._ 01835-90901 —-DEC73 01835-90801 01 08 02 
184A OPER & SERV MAN —OCT74 00184-90903 ——-NOV75. 00184-90803* 8L 01 08 03 USE 184A FICHE 00184-90804 
OPER & SERV MAN —-FEB77 00184-90904 © JUNB1 00184-90804 8L 01 08 03 : 
| MAN: CHANGE APR81 00184-90904 oe 
184A-003 OPER & SERV MAN —-FEB77 00184-90904 = JUN81 00184-90804 8L 01 08 03 
~ MAN CHANGE APR81 00184-90904 
184A-005 OPER & SERV MAN ——-FEB77 00184-90904 © JUN81 00184-90804 8L 01 08 03 
| MAN. CHANGE APR81 00184-90904 
1840-580 OPER & SERV MAN —FEB77 00184-90904 JUNS1 00184-90804 8L 01 08 03. 
h103_ IN VERT i MAN CHANGE =» APRB1_ 00184-90904 ae 
184A/8 SERV NOTE SET BELOW APRBA 3 
805 . 184A/8-1 NOV72 WN ALL SER.MOD TO INSTALL OPT 807 REAR PANEL CONNECTIONS | 
184A/B~2 SEP74 WA SER BELOW 1433A.MOD TO CORR CRT CROSSOVER 1 ed eee ere) 
| 184A/B-3 MAR79 WO ALL SER.MOD TO IMPROVE +100V POWER SUPPLY STABILITY. eae | 
184A/8-4 APR81 WA SER 1916A & SELOW.IMPR CRT PERF | poms 
184A-5 /-NOV83 WN SER 2017A & BELOW.REC NEW. CARRYING HANDLE 
OPER & SERV MAN —-OCT74 00184-90903 NOV75 00184-90803* BL 01 08 05 USE 1848 FICHE 00184-90804 Segti anions 7 
OPER & SERV MAN FEB77 O0184-90904 — JUNB1 00184-90806 8L 01 08 G3 7 : : 2508 


Vypog oe eS ee oe oe SO la ee pages eb 8708/88. 
MODEL. O- > LITERATURE : H/C. H/E EART FICHE - FICHE PART K P D . 7 : : ne i ee “fe MODEL. 
MMBER Cs TYPE.———s«éOAATE NUMBE DATE _—_sNUMGER- ae NUMBER 


T 
kkk DESCRIPTION wet DESCRIPTION eke DESCREPTION kkk DESCRIPTION thick DESCRIPTION tek 


PAGE. 80 


TION wie 


LED 
UT DETENT 


TANEOUSLY 


PAGE 81 


TION kek 


se inti tian Mier Ww See Nae SU ENE eek WWI I WIE rs | 


_ 184A4/B-2 SEP74 WA SER BELOW 1433A.MOD TO CORR CRT CROSSOVER 


184A/6-3 MAR79 WO ALL SER.MOD TO: IMPROVE +100V POWER SUPPLY STABILITY j 
184A/8-4 APR81 WA SER 1916A & BELOW. IMPR CRT. PERF ; 
184A-5 NOV83. WN SER 2017A & BELOW. REC NEW CARRYING HANDLE 


OPER & SERV MAN OCT74 00184-90903 NOV75 00184-90803« 8L. 01 08 03 USE 1848 FICHE 00184-90804 
OPER & SERV MAN FEB7? 00184-90904 JUN81 00184-90804. 8L 01 08 03 
MAN CHANGE APR81 00184-90904 


OPER & SERV MAN FEB77 00184-90904 “JUN81. 00784-90804 8L 01.08 03 
MAN CHANGE APR81 00184-90904 


41/08/85 Bere | ; PAGE 95 
oo MODEL. - 0 LITERATURE. H/C “ A/C PART FICHE FICHE PART M PD Pe : 


NUMBER c TYPE DATE NUMBER ATE NUMBER L TY 3 
: - &k& DESCRIPTION *** DESCRIPTION balaal DESCRIPTION kek DESCRIPTION lala DESCRIPTION tek 


1848-005 OPER & SERV HAN FEB77 00184-90904 JUNB1 00184-90804 8L 07 08 03 
. MAN CHANGE . APR81 00184-90904 


- OPER & SERV MAN FEB?? 00184-90904 JUN81 00184-90804 8. 01 08 03 
MAN CHANGE APR81 00184-90904 


1840A OPER & SERV MAN APR70 01840-90902 JUN83 01840-90802 8L 01 08 02 
MAN. CHANGE MAR75 01840-90902 


-SERV NOTE SET SELOW MAY78 
Weaae =1 APR70 WA SER BELOW 941.MOD IMPR TRIG ABOVE 200 MHZ 


1848-580. 


1840A-2 AUG71 WA SER 941. IMPR TRIGGER COMPATABILITY 

1840A-3A OCT77 KO SER BELOW 1120A.REC. REPL FOR TUNNEL DIODES CRBS + CRO 
1840a-4 AUG71 WO SER BELOW 1102A.REC REPL FOR A1Q11, A1Q12, A1Q13, + A1Q26 
1840A-5 NOV71 ALL SER.TRBLSHTG AID.SUPPLMT SERV MAN 

1840A-6 DEC72 WO PREFERRED REPLACEMENT FOR A1R21 


OPER. & SERV MAN 01841-90902 JUN?75 01841-90802 01 08 03 


HAN CHANGE FEB75 01841-90902 
SERV NOTE SET MAYT8 
» 1841A-1 SEP71 TRBLSHTG AID,SUPPLMT SERV MANUAL 
1841A-2 OCT71 WO SER BELOW 1116A.REC REPL TUNNEL DIODE 
1841A-3 OCT71 WO SER BELOW 1116A.REC REPL FET 1855-0062 FOR IMPROVED RELIABILITY 
1847 A~4 DEC72 WO PREF REPL FOR A1R17 + A1R90 
185A OPER & SERV MAN AUG61 1854-900 FEB78 185A-800 8L 01 08 O02 FOR SER PFX 011 AND BELOW 
MAN CHANGE BACKDATE NOV62 185A-900 
OPER & SERV MAN. AUG61 185A-901 FEB78 1854-801 8L 01 08 O02 FOR SER PFX 023 AND ABOVE 
MAN. CHANGE BACKDATE NOV62 185A-901 
185A/8 SERV NOTE SET BELOW JUL79 
185A-1 = DIGITAL CONV OF RISE TIME MOD KIT 
185A-2A APR6S INT GRATICULE CRT MOD 
185B-1A APR65 INT GRATICULE 
185B-2 DEC65 SER 348-01001 + DOWN.MOD TO INCR SYNC PULSE STAB USING 185B-95¢ 
1858-3 = NOT AVAILABLE 
1858-4A NOV65 SER BELOW 432-01151.SWP. LINEARITY. MOD 
1858-5. NOV65 SER BELOW 432-01276.USE WITH 187C MOD 
185B-6 ' SER BELOW 525.MOD.FOR INCR REPEAT OF X-Y RECORDING 
71858 OPER & SERV MAN OCT62 1858~901 SEP70 1858-801 01 08 03 
MAN CHANGE MAY66 1858-901 


186A OPER & SERV MAN FE863 186A-901 APR81 186A-801 BL 01 08.91 SER PFX 230 = 236 
_ OPER & SERV MAN FEB63. 186A-902 NOV71 186A-802 01 08 02 SER PFX 242 & ABOVE 
; é 
18641A OPER NOTE SEP75 18641-90031 SEP75 18641-90032 8t 01 38 01 


18642A OPER. NOTE SEP75 18641-90031 SEP75 18641-90032 8L 01 38 01 
18643A OPER NOTE SEP75 18641-90031 SEP75. 18641-90032 8L 01 38 01 
18644A OPER NOTE APR75 18644-90031 —SEP85 18644-90032 8L 01 38 01 . : 


187A _ OPER & SERV MAN APR61. 187A-900 FEB78 187A-800 BL 01 08 01 FOR SER PFX 011 AND BELOW 


199708785 ee: ie ee a ae es OEE, CO ee et EAE ggg 
|. MODEL = «O——~—CSLTERATURE = =—-—SsH/C~——*~=«*SC PART.—sFICHE ~ FICHE PART P p 'p a a cea 
NUMBER CTYPE. DATE. 


NUMBER ‘DATE NUMBER L 6 
: : 7 eek “DESCRIPTION ake DESCRIPTION ke DESCRIPTION wake DESCRIPTION Wik F DESCRIPTION kkk 
: BZA : ae MAN CHANGE BACKDATE ‘NOVA? 4R7ac0Nn EeATR 4a7icdAN a Aa Aa ne : ; 


11/08/85. 
MODEL 
NUMBER 


2509A 


2545A 


2545¢ 
2546 

25474 
2570A 


25754 


25908. 


260A 


2750 
2801A 


2802A 


28023A 


28035A 


1 41708785 
“WODEL 
“NUMBER 


3QNZe a 


TANEOUSLY 


PAGE 81 


ION ik 


T. DETENT 


ANEOUSLY 


ERED 


PEEDS 
3 IN VERT 


PAGE 82 


LON te 


186414 


“| 18642A 


186434 
186444 
187A 


11/08/85 
MODEL 


0 
NUMBER C 


187A 


OPER NOTE 


OPER NOTE 
"OPER NOTE 
OPER NOTE 
OPER & SERV MAN 


LITERATURE 
TYPE 


MAN CHANGE Bort pale 


GPER & SERV M e 


“MAN CHANGE . 


|: 187A/8 


1878 


487¢ 


190A 


SFaV NOTE SET BELOW 
“BT A~ 


187B~6 


OPER & SERV MAN 
MAN CHANGE 

MAN CHANGE BACKDATE 
OPER & SERV MAN 
MAN CHANGE 


SERV. NOTE SET BELOW 
187C-1 

187C-2A 

INST MANUAL 


MAN CHANGE 
SERV NOTE SET BELOW 
190A-1 


~ V90A=2 


1900 


11/08/85 
~ MODEL 
NUMBER | 


1900 


On 
c 


190A-3 


SERV NOTE SET BELOW 
1905A-1 


1920A~2 


LITERATURE 
TYPE | 


1922Aa-1 
41925A=1 


SEP75 18641-90031  SEP75 18641-90032 8L 01 38 01 een : : 2802A 
'SEP75 18641-90031 SEP75 18641-90032. 8L 01 38 01 
SEP75 18641-90031  SEP75 18641-90032 8L 01 38 01 
APR75 18644-90031 -SEP85 18644-90032 81013801 ie oe ee 
APR61 187A-900 = FEB78 187-800 —8L_01 08 01 FOR SER PFX 011 AND BELOW | 28035A 


28023A 


PAGE % 11/08/85 
H/C H/C PART .. FICHE FICHE PART M POD P MODEL - 
DATE NUMBER DATE NUMB' Lo T-V NUMBER 
*kk DESCRIPTION *k* DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION etek DESCRIPTION kick 
NOV62 187A=900 FEB78 187A-800 -—«s«8L 01 08 01 1 280354 
APR61 187A-901 FEB78 187A-801. BL 01 08 01 FOR SER PFX 016 ee: 
JAN63: 187A-901 28036A 
| MAY78 eh AREAS wie | 
- NOT AVAILABLE A a Oe tee fis 280374 


- NOT AVAILABLE 

=.» SINSTL. OF REPL’ PROBE DIODES bite hanes : at ae 
APR64 VERT POSITION POTENTIOMETER MOD : ee | BOSSA 
MAY63._ FRT PAN'L GAIN POT INSTALLATION 

- PROBE DIODE INSTALLATION PROCEDURE 

- NOT AVAILABLE : 2804A_ 

- SER BELOW 232-01119.MOD TO IMPROVE R1SE TIME 
JUL63. SER BELOW 325-01469.MOT TO IMPROVE BASELINE STABILITY 

SER BELOW 325-01469.MOL FOR USE WITH 10213A SAMPLING PROBE ISOLATOR 

APR64 . -CR513 + CR613 REC REPLACEMENTS 


JAN62 1878-900 FEB78 1878-800 8L. 01 08 01 FOR SER PFX 215- & BELOW 

FEB64 1876-900 tae 28048A 
FEB62 1878-900 

AUG62 187B-901 OCT73 1876-801 01 08 02 FOR SER PFX 232- & ABOVE 
MAY64 1876-901 eae 28084A 


MAY78 ji 
JUL65 WN PROBE CARTRIDGE INSTALL PROCEDURE ; 
3EP66 PROBE CABLE REPLACEMENT PROCEDURE | | 28a 


JANOO 00190-90020 MAY83 00190-91001 8L 01 21 01 
AUG69 00190-90020 


MAY7. 2818 
- NOT AVAILABLE 
AUG69 WA REPLACEMENT TUBES 
NOV69 WO SER BELOW 2536.9005 TUBE REPL MOD 28118 


APR79 
JUN69 WO SER BELOW 905-00151.M0D FOR IMPROVED MINIMUM RATE OUTPUT 
OCT74 WO SER BELOW 1209.PREFERRED REPLACEMENTS 
AUG70 WO SER BELOW 946-00138.MOD ELIM DBL TRIG 
AUG69 WO SER BELOW 833-00125.MOD IMPR COMPATIBILITY WITH 1906A 
= NOT AVAILABLE 


APR70 WA SER BELOW 925-00191.MOD DECREASE OUTPUT PULSE TRANSITION TIMES 

NOV69 WA SER 925-00181 TO 936-00250.MOD TO DECREASE TRANSITION TIMES AT LO RANGE SETTINGS 
AUG78 WO SER 1522A & BELOW.PREFERRED REPL FOR ASCR2 & ASCR2 DIODES. 

MAR70 WO SER BELOW 946-.PREF REPL FOR A3Q18 + A3Q19 

APR70 WO SER BELOW 946-00326.H0D TO IMPR REL 

APR70 WO SER BELOW 960.MOD ELIM SATUR OF .12 VOLT PWR SUPPLIES KHEN AMPLT VERNIER IS FULL CW 
NOV70 WO SER BELOW O984A.REC REPL FOR TRANS HEAT SINKS 

MAY71. WA SER BELOW 1102A.IMPR RELIABILITY KIT 


JUN72 WO. SER BELOW 1203A. IMPROVED RELIABILITY 

MAR72 WO SER BELOW 1203A.RED OUTPUT TRANS. FAIL 

DEC74 WA SER 1143. + UP. THREE PREF REPLACEMENTS 
DEC69 WO SER BELOW 947-00176.MOD ELIM VOLTAGE SHIFTER OSCILLATION : 

DEC69 WO SER BELOW 944-00156.M0D ELIM LEADING EDGE TRANSITION TIME SHIFT : 
DEC69 WO SER BELOW 943-00136.M0D IMPR PERFORM 


APR73 WN SER BELOW 1211A.PREF REPL FOR AzQ14, Q15, Q31, Q32 fete | 


44/08/85 
= MODEL : 


ae ae “PAGE 97. 
Co AIC “wre PART... FICHE ~ FICHE PART ch oP. D P 
DATE NUMBER DATE _ NUMBER LT eve6 =, NUMBER 
wihk DESCRIPTION wee DESCRIPTION tik DESCRIPTION kk DESCRIPTION ake DESCRIPTION « teh "a : 
JANT4 WO: SER ‘BELOW 1209A.UP RISETIME CAPABILIT a 
JAN70 WA SER BELOW:953-00166.MOD ELIM SPURTOLIS OlITPIIT: }.999118 


419758-9 MAY71 WA SER BELOW 1102A.IMPR RELIABILITY KIT 


1915A-10B JUN72 WO SER BELOW 1203A. IMPROVED RELIABILITY 
1915A-11 MAR72 WO SER BELOW 1203A.RED OUTPUT TRANS. FAIL 
1945A-12A DEC74 WA SER 1143 + UP. THREE PREF REPLACEMENTS 
oo V9TTARW1 ae DEC69 WO SER BELOW 947-00176.MOD ELIM VOLTAGE SHIFTER OSCILLATION 
‘1917A~2 DEC69 WO SER BELOW 944-00156.MOD ELIM LEADING EDGE TRANSITION TIME SHIFT eo 
+ 1920A-1 DEC69 WO SER BELOW 943-00136.MOD IMPR. PERFORM - x 
1920A~2 APR73 WN SER BELOW 1217A.PREF REPL FOR beets: 815, Q31, @32 Seay | 


PAGE 82 11/08/85. ; be ac PAGE 97 11/08/85 
Los MODEL. 0 LITERATURE. H/C H/C PART  —- FICHE FICHE PART M Po DP : MODEL 0 
NUMBER c TYPE | DATE NUBBER DATE MBER LTV6 NUMBER C 
ON viata hike DESCRIPTION *x% DESCRIPTION kkk DESCRIPTION *ex DESCRIPTION tik DESCRIPTION tok 
4900 1922A~1 JAN74 WO SER BELOW 1209A.UP RISETIME CAPABILIT 
1925A-1  JAN7O WA SER BELOW 953-00166.MOD ELIM SPURIOUS OUTPUT 29118 
1925A~2 OCT7O WO SER BELOW 953-00250.MOD IMPR OUTPUT IN MANUAL MODE 
1925A-3A MAR74& WN SER BELOW 1232A.WORD COUNT ERRORS 
EEDS 1 49000 OPER & SERV MAN SEP76 01900-90904 SEP85. 01900-90804 8L 01 08 02 
: poe eke SERV NOTE SET BELOW MAY7S ; 29ti¢ 
SIN VERT pee fo -4900A~1 AUG69 WO SER BELOW 931-.MOD ELIM 25 VOLT PWR SUPPLY OSCILLATION 
; : - 4900A-2 AUG69 WO SER BELOW 939-.MOD IMPR REL. 25 VOLT POWER SUPPLY : pees 
: 4900-3 AUG69 WO SER BELOW 924-00196.MOD IMPR REL OF 70 VOLT POWER. SUPPLY | 2922h 
1 900A~4 NOV69. WA SER BELOW 938-00241.MOD. TO ALLEVIATE POWER CONNECTOR PROBLEM 
{901A OPER € SERV MAN MAY69 01901-90901 AUGB2 01901-90801 8L 01 08 01 2930A 
MAN CHAN MAY75 01901-9090 : 
SERV NOTE, SET BELOW MAY78 
1901A~1 AUG69 WO SER BELOW 931-.MOD ELIM 25 VOLT POWER SUPPLY OSCILLATION 
1901A~2 NOV69. WA SER BELOW 931-00151.MOD TO ALLEVIATE POWER CONNECTOR PROBLEM 
4905A OPER & SERV MAN AUG76 01905-90906 DEC76 01905-90806 8L 01 08 02 39400 
“1 1905a-001 OPER NOTE JAN74 01905-90905 NOV85 01905-90805 8L 01 08 01 : 
1905A-005 OPER & SERV MAN NOV76 01905-90907 MAR7? 01905-90807 8L 01 08 02 ‘a9% 
1906A OPER & SERV MAN NOV69 01906-90901 AUG82 01906-90801 8. 01 08 02. ree 
MAN CHANGE DEC74 01906-90901 bsg 
1906A~001 OPER & SERV MAN DEC69 01906-90902 AUGB2. 01906-90802 8L 071 08 01 cS 
MAN CHANGE SEP70 01906-90902 38 X-¥ REC 
1908A OPER & SERV MAN JUN76 01908-90905 DEC76 01908-90805 8L 01 08 02 
1908A-001 OPER NOTE OCT70 01908-90903 DEC70 01908-90803 01 08 01 
1908A-005 OPER & SERV MAN NOV76 01908-90905 FEB77. 01908-90806 8L 01 08 02 
t 19094 > OPER & SERV MAN JAN72 01909-90901 APR72 01909-90801 01 08 02 
1909A-001 OPER NOTE JUL72 01909-90902 SEP81 01909-90802 8L 01 08 01 
491A OPER & SERV MAN JUN68 00191-90902 MAY71 00191-90802 01 08 03 
SERV NOTE SET BELOW MAY78 
1S. REPL 191A~1 MAY70 AIR10& PREFERRED REPLACEMENT 
S REPL. 5 191A/193-A-1 APR68 WO SER BELOW 716-00835.MOD TO PREV HI FREQ ROLL-OFF PROBLEMS 
191A/193A-2 MAY7O = ASCR301 + A3CRZ02 PREFERRED REPLACMNT 
A9IA-3 FEB74 WN ALL SER.REG VERT AMPLF BALANCE PROC 
191a-4 JUL76 WN ALL SER.CRT REPLACEMENT . 
19104 OPER & SERV MAN ——- JUN69._:01970-90901 NOV78 01910-90801 8k 01 08.01 
Ba a MAN CHANGE MAR72: 01910-90901 
915A OPER & SERV MAN —— JUL71._-01915~90906 DEC75. 01915-90806* 8L 01 08 03 USE 1915A FICHE 01915-90810 
MAN CHANGE JANOO. 01915=90910 MAR8S 01915-90810 8L 01 08 0 . |. 
MAN CHANGE JANOO: 01915-90910 : 
“MAN CHANGE JANGO 01915-96910 


| a1yogv85 . | PAGE 98 os 44/08/85 
= MODEL 0 LITERATURE H/C. H/C PART — . FICHE FICHE. PART MPD Pp ; : MODEL . 0 
NUMBER ; C:: : TYPE é DATE NUMBER DATE NUMBER to TF Vv 6: a ee NUMBER cae C 


ek DESCRIPTION wae DESCRIPTION kee - DESCRIPTION babakal DESCRIPTION ikke DESCRIPTION + tote me 
3030. 


99150-001 OPER _-NOTE. : NOv71 01915-90908 FeeeS 01915-90808, 8L 01 08 01 
wid ae 2 OPER: NOTE CHANGE ~~ AUG75 01915-90908 


OPER & SERV MAN 
MAN CHANGE | 


OPER & SERV MAN 
MAN CHANGE 
MAN. CHANGE 

MAN CHANGE 


& 
ey 


01910-90901 
MAR72 01910-90901 


JUL71. 04915-90906 
JANOO. 01975-90910. 
JANOO 01915-90910 
JANOO:. 01915-96910 


Kaien 01910-90801 8L 01 08 01 


DEC75 01915-90806* 8L 01 ce 03. USE 115A FICHE Q1915770810 
MAR85 01915-90810. BL “p18 8.03 


PAGE 98 


11/08/85 
MODEL 


a , 41/08/85 
LITERATURE H/C H/C PART FICHE ‘FICHE PART Mw POD MODEL 0 
TYPE DATE NUMBER DATE NUMB orev eg NUMBER = C 
wee DESCRIPTION **X DESCRIPTION wee DESCRIPTION #2 DESCRIPTION tk DESCRIPTION tek 
oie. 3030. 
1915-001 OPER NOTE NOV71. 61915-90908 FEB85 01915-90808 8L 01 08 01 
“ OPER NOTE CHANGE = AUG75 01915-90908 ig hed : 
-1915a-005 OPER & SERV MAN MAR72 01915-90907 = MAY74 01915-90807* 01 08 04 USE 1915A-005 FICHE 01915-90811 ; 
OPER & SERV MAN FEB7? 01915-90911 APR77 01915-90811 8L 01 08 03 ; ; aera 
19164 OPER & SERV MAN OcT72 01916-90001 JAN73 04916-90501 8L 01 81 02 o 3 
4917A OPER & SERV MAN AUG76 01917-90907 DEC76 01917-90807 SL 01 08 -3040A : 
1917A~001 OPER & SERV MAN APR70 01917-90903 JAN78 01917-90803 01 08 . 
MAN CHANGE JUN74 01917-90903 3061A ( 
1917-005 OPER & SERV MAN FEB72 01917-90904 DEC75S 01917-90804" 8L 01 08 03 USE 1917A-005 FICHE 01917-90808 | 3042a i 
OPER & SERV MAR OCT8O 01917-90908 APR81 01917-90808 8L 01 08 03 
1920A OPER & SERV MAN MAR70 01920-90901 OCT84 01920-90801 SL 01 08 ( 
‘MAN. CHANGE FEB76 01920-90901 a 
1920A-001 OPER NOTE AUG70 01920-90902 DEC84 01920-90802 8L 01 08 
OPER NOTE CHANGE  9CT70 01920-90902 
“49214 OPER & SERV MAN JUL77, 01921-90901 NOV72 01921-90801 08 aire 
MAN CHANGE AUG72 01921-90901 3042A~121 
1921A-001 OPER NOTE MAR72 01921-90902 APR73. 01921-90802 08 e 
; OPER NOTE CHANGE  AUIG72_ 01921-90902 SOdzA-122 
| 1922a OPER & SERV MAN JUL?1 01922-90901 APR73 01922-90801 08 
; MAN CHANGE AUG72 01922-90901 3042-123 
1922a-001 OPER NOTE APR72 01922-90902 APR73 01922-90802 08 
i OPER NOTE CHANGE  AUG72 01922-90902 3042A-124 
1925A OPER & SERV MAN 01925-90901 OCT84 01925-90801 
MAN. CHANGE 01925-90901 3043A 
1927A OPER & SERV MAN 01927-90901 APR72 01927-90801 
MAN CHANGE 01927-90901 3044A ¢ 
19284 OPER & SERV MAN 01928-90901 APR72 01928-90801 3045A ] 
MAN CHANGE 01928-90901 ( 
MAN CHANGE 01928-90901 4 
193A OPER & SERV MAN 00193-90904 OCT8O 00193-90804 8L 01 08 f 
MAN CHANGE A 00193-90904 ‘ 
SERV NOTE SET BELOW AY78 ‘ 
193A~A~1 A WO SER BELOW 7146-00835. MOD TO PREV HI FRE@ ROLL~OFF PROBLEMS 4 
193A-2 A3CR301. + A3CR302 PREFERRED REPLACMNT 
193A-3 AR72 WO SER BELOW 0967A01129.CORR MOUNTING POLARITY FOR c702 3046A ( 
193A-4 TUL?6 WN ALL SER.CRT REPLACEMENT : . 


OPER & SERV MAN 
MAN CHANGE 


~ FEB?1 01930-90901 
FEB76 01930-90901 


OCT84 01930-90891 8t 01 08 02 


nh 


3047A 


91/08/88 
MODEL 


. PAGE 99 11/08/85 
0 “LITERATURE H/C... H/C PART FICHE FICHE PART M P D. P MODEL 
NUMBER Cas TYPE. DATE NUMBER DATE “NUMBER... LT CV NUMBER . C 
pee) ; otek DESCRIPTION. wkk DESCRIPTION ikke DESCRIPTION + ie DESCRIPTION ik DESCRIPTION tive peor 
1934A OPER & SERV MAN HAY71. 01934-90901 -JUL60 1934-90801 BL. 01 08 02 2 


‘MAN. CHANGE 


ADED ® ceou man | 


-MAY72 01934-90901 


iait> An«ane_anans 


4084 ease MAAR’ AnaAN. © wAasa wee 


7 oY i. a. 


AIOATS MAY?O ASCR301_+ ASCR302 PREFERRED REPLACMNT 


. & PWR 3 193A-3 MAR72 WO SER BELOW 0967A01129.CORR MOUNTING POLARITY FOR 702 
; : 193A~4 JUL76 WN. ALL SER.CRT REPLACEMENT 2 
: OPER & SERV MAN FEB71 01930-90901 ocras 01930-9021 8L 01 08 02 
MAN CHANGE FEB76 01930-90901 


11/08/85 . ae rhe . : PAGE 99 
MODEL . | 


11/08/85 
LITERATURE H/C H/C PART — FICHE FICHE PART M PD MODEL 0 
TYPE DATE NUMBER DATE NUMBER LTV NUMBER 
: kek DESCRIPTION tick DESCRIPTION kick DESCRIPTION tick DESCRIPTION tik DESCRIPTION tok 
waa 3047A MA! 
OPER & SERV MAN -MAY71 01934-90901 JUL8O 01934-90801 - 8-01 08 02 eke SY 
MAN CHANGE MAY72: 01934-90901 SY! 
OPER & SERV MAN JAN72 00195-90902 FEB72 00195-90802 01 08 01 ; 3047A-036 SY: 
SERV NOTE SET BELOW 80 wes : SY: 
195A~1 OCT72 WO SER 947A.RED SHUTTER SENSI TO LINE TRANST + STATIC DISCHARGES pes SY! 
PRELIM OP & SERV MN. JAN81 01950-90901 JUL81 01950-90801* 8L 01 08 03 USE 1950A FICHE 1950-90802 — 350A PRO 
OPER & SERV MAN FEB82 01950-90902 JUN84 01950-90802 8L 01 08.0 SUI 
MAN. CHANGE - APR84 01950-90902 SEI 
- SERV NOTE SET BELOW JUL84 30! 
195DA-1A . FEB84 WA SER 2323A & BELOW.MOD TO CORREC IMPROPER EO1 ASSERTION OVER HP-1B. a0 
SERV NOTE SET BELOW JUL8O ‘30! 
496A~1 FEB60 CUSHIONS IN CAMERA CARRYING CASE FOR PROTECTION 30: 
196A-2 MAY60 BEZEL RING CLAMP. REPLACEMENT 30: 
196A-3 - ADAPTER RING FOR TEKTRONIX OSCIL TO GUARD AGAINST LIGHT LEAKAGE 30! 
_- 196A~4C MAR6G INTERNAL LITE. SOURCE MOD KIT es 30 
196A/B OPER & SERV MAN 196A-901 DEC82 796-801. 8L_01. 08 01 SER PFX 332- -3050A-021 PRI 
ae MAN. CHANGE 196A~901 2 sul 
OPER & SERV MAN 196A-902 DEC82. 196A-802 8L 01°08 01 SER PFX 422 & ABOVE epee 

MAN CHANGE 1964-902 | 3050a-022 PR 

OPER & SERV. MAN 01965-90901 OCT85 01965-90801 8L 01 08 04 wits eke: 
USER'S MAN J bisee—sooue UG83 01965-90802 8L 01 08 02 ae es 

os A a : eae 

SERV NOTE SET BELOW APR84 3050A-024 PRI 

1965A-1 0 WO SER 2310A00229 & BELOW.MOD TO ELIM HARD KEY PRESSURE oe 

1965A-2 WA SER 2310A.MOD TO CORREC IMPROPER E01 ASSERTION OVER HP-IB 30508 


197A OPER & SERV MAN OCT75 00197-90907 SJAN76 00197-90807* 8L 01 08 02 USE 197A-001 FICHE 00197-90811 


197-001 OPER & SERV MAN JUL76 00197-90911 JUN83 00197-90811 8L 01 08 02 
MAN CHANGE NOV78 00197-90911 


| 197A-008 OPER NOTE DEC75 00197-90908 JAN76 00197-90808 8L 01 08 01 


197A/198A SERV NOTE SET BELOW OcT81 
ee 197A~1 DEC6? SER BELOW 610-01090.HOD TO IMPR SWTCH BETWEEN "TIME" + "BULB",+ TO PREV SHUTTER TRIG 

DEC67 SER BELOW 730. TRANS Q@11,Q41 PREF REPL 

DEC68 WA SER BELOW 805-02251.M0D TO PREV SHUTTER TRIG ON LINE NOISE 

DEC68 WA OPTION 12 FUSE CHANGE 

AUG69 WA POLAROID FILM BACK ADAPTOR 

OCT72 WO SER CELOW 913.RED SHUTTER SENSI KO LINE TRANST. + STATIC DESCHARGES 
7 ALL SER.REPAIR KITS ee 

FEB80 WO ALL SER.MOD TO IMPROVE SOLENOID REL. 

JUL81 WN SER 1203A & BELOW.UV SCALE ILLUM BULB (PN 2140-0254) IS AVAIL FM STOCK 

_ 198A-1 MAR71 WN SER BELOW 1026J.LOW MuUNT CLAMP MOD 


PRELIM OP & SERV MN FEB79 00197-90915 FEB80 00197-90815* 8L 01 08 01 USE 1976 FICHE 00197-90819 
OPER & SERY MAN = MAR81._- 00197-90919 - MAY81. 00197-90819 8L 01 08 02 


PRELIM OP & SERV MN FEB/9 00197-90915 FEB80 00197-90815* 8L 01 08 01 USE 1978-001 FICHE 00197-90819 


11/08/85 : | . : page too ts 11708785 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART MP 4 e MODEL 0 
NUMBER c TYPE DATE NUMBER DATE NUMBER. LT Ay NUMBER Cc 
Se a ‘ee DESCRIPTION *k* DESCRIPTION *H* DESCRIPTION tock DESCRIPTION hk DESCRIPTION aie enn [an Peni ets eae 
1978-001 OPER & SERV MAN MARB1 00197-90919. ~ MAY81 00197-90819. BL 01 08 02 . ae coe , | | 30520 QUI 
1978-002 -—=—«PRELIM OP & SERV MN FEB79 00197-90915 FEB80 00197-90815* 8L 01 08 01 USE 1978-002 FICHE 00197-90819 es | 3052a-500 (OPE 


OPER & SERV MAN MARE1 00197-90919 MAY81 00197-90819 BL 01 08 oe 
R : 1 0 197-90819 81 01 08 02 sO6Ag He 


407RAX "" Opei en i * Seb Mal Ceev7oO nA«os2 ones Se ee ke Pee ee Be es a eS ee i ees : 3 ' bajpag 


11/08/85 
MODEL 
NUMBER 


1976-001 
1978-002 


1978-003 


1978-006 


1976-007 


198A 
1980A 


1980A/8 


19808 


19807A 
19810A 


11/08/85 
MODEL 


“NUMBER 


198114 
19860A 


28an_9 


0 
€ 


PRELIM OP & SERV MN FEB79 00197-90915 


OPER & SERV MAN 


PRELIM OP & SERV MN FEB79 00197-90915 


LITERATURE 
TYPE 


OPER & SERV MAN 


PRELIM OP.& SERV MN FE679 00197-90915 


OPER & SERV MAN 


PRELIM OP & SERV MN FEB79 00197-90915 


OPER & SERV. MAN 
OPER. NOTE 


PRELIM OP & SERV FN 


OPER & SERV MAN 


PRELIM OP & SERV. MN 
‘OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 
OPER & PROG MAN 
MAN. CHANGE 


acon yeh SET BELOW 


1980A/8-108 
CONT 


1980A/B-11 
1980A/B-12 
1980A/8-13 
1980A/B-14 
1980A/B~15A 
1980A/B-16 
CONT'D 
1980A/B-17 
CONT'D 
1980A/B-18 


OPER & PROG MAN 
MAN CHANGE 

SERV MAN 

MAN CHANGE 


OPER NOTE. . 
OPER NOTE 


LITERATURE 
TYPE 


e OPER NOTE 
"OPER & SERV MAN 


MAN. CHANGE 
OPER & SERV MAN 


2 awn. @ mem’ addin’, 


-JUN81 19811-90901 


-MAY82 19860-90902. 
-MARB3. 19860-90902 


FEB80 00197-90815* 8L 01 fe 01 USE 1978 FICHE 00197-90819 
MAY81 00197-90819 = 8L 010 8 02 


_ FEG80 00197~90815* 8L 01 08 01. USE 197B~001 FICHE 00197-90819 


MARB1 -00197-90919 


oh aed PAGE 100 
H/c H/C PART —_- FICHE FICHE PART M PD P 


ATE NUMBER DATE NUMBER. LT V.G 
_ **e DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION tick 


MAR81 00197-90919 MAY81. 00197-90819 8L 01 08 02 


FEB80 00197-90815* 8L 01 08 01 USE 1978-002 FICHE 00197-90819 
MARS1 00197-90919 MAY81 00197-90819 8. 01 08 02 


FEB80 00197-90815* 8L 01.08 01 USE 1978-003 -FICHE 00197-90819 
MAR81° 00197-90919 MAY81 00197-90819 8L 01 08 02 ee oy 


MAR79 00197-90917 MAY79. 00197-90817. 8L 01 08 01 : Bs 
FEB79. 00197-90915 FEB80 00197-90815* 8L 01 08 01 USE 1978-006 FICHE 00197-90819 
MAR81. 00197-90919 MAY81. 00197-90815. 8L 01.08.02 : 


FEB79 00197-90915 FEB80 00197-90815« 8L 01 08 01 USE 1978-007 FICHE 00197-90819 
MAR81 00197-90919 MAY81 00197-90819 8L 01 08 02 


NOV72 00198-99004 MAR7S 00198-99054 01 33 02 


FEB82 01980-90907 OCT85 01980-90807 8L 01 08 O9 INCLUDES 1980A/B FICHE 01980-90805 
JUN85 01980-90907 

NOV81 01980-90905 JUN84 01980-90805. 8L 01 08 03 

APR84& 01980-90905 


JULB4 
JUL8O WN SERV KIT OF ELASTROMERIC CONNECTORS NOW AVAIL.ORDER 01980-69501 
FEB84 WN ALL SER.REC FAST BLOW FUSES FOR PROPER LINE FUSING TO PROTECT INT RARGUET RY 
DEC8O WO SER 1947A.PREF HORIZ HYBRID REPL 
JANS1 WO SER 2106A & BELOW.PREF REPL TRIGGER HYBRID ASU1 
JAN84 WO SER 2131A & BELOW.REC HP-I8 ROM REPL 
AUG81 WO SER 2131A & BELOW.REC REPL OPER ROMS 
AUG81 WN SER 2131A & BELOW.MOD TO UPDATE etre 1980B'S TO SAME OP CONFIG PFX 2142A & ABOVE 
OCT81 WO SER 2131A & BELOW.PREF REPL A4 BD ASS 
DEC81 WO ALL SER PREF REPL FOR REFERENCE AMPLEF A1U1_ IN +15. VDC SUPPLY 
JAN84 WN TOEDASSER, coAOA & BELOW;1980B:SER 2216A & BELOW.MOD TO PREV RANDOM BUS LOCKUP OR 
TAX ERROR 
NOV82 WO ALL SER.MOD TO IMPROV TRIGGER FLAG PERF 
JANS3 HA 198CASSER 2209A & BELOW;1980B:SER 2144A & BELOW.MOD TO PREV CRT ARCING 
JAN83 WO 19808:SER 2126A & BELOW.TRBLSHTG ISOLATE CAUSE RANDOM INTENSITY LEVEL CHANGES 
JANS3S WN ALL SER.MANUAL SUPPLMT DESC CALI8. PROC 
MAR83 WN SER 2216A & BELOW.MOD DECR RESP TIME FOR RAPID PROG TRIG LEVEL SLEW ROUTINE 
MAR83 WO 1980A:SER 2309A00205 & BELOW;1980B:SER 2306A01716 & BELOW.MOD TO PREV RANDOM LINE 
FSE &/OR A1_ 8D BURN ASSOCIATE WITH A1Q2 FAILURE 
JAN84 WA Neeon sALL SER;1980B:SER 2142A THAU 2338A.MOD TO CORREC IMPROPER E01 ASSERTION OVER 


' MAR84 WO ALL SER. FRT PAN FACIA CLEANING 
PRELIM OP .& SERV MN 


JUL80 01980-90901 
NOV81 01980-96905 
APR84 01980-90905 
NOV81 01980-90906 
AUG85 01980-90906 


‘AUG81 19807-90901. 
SEP80 19810-90901 


APR81 01980-90801* 8L 0! 08 08 USE 1980B FICHE 01980-90806 
JUN84 01980-90805 8L 01 08 03 


OCT85 01980-90806 8L 01 08 07 


AUG81 19807-90801 8L 01 08 01 
JAN81 19810-90801 8L 01 08 01 


ane PAGE 101 
FICHE Hoe M POD OP 


NUMBER _—_—DATE NUMB LTV 6 

tek DESCRIPTION *** DESCRIPTION kkk DESCRIPTION ik DESCRIPTION ake DESCRIPTION kkk 
FEBB2 19811-90801 8L 01 08 01 

MAY83 19860-90802 8L 0108 03 


H/C H/C PART —sFICHE 
DATE 


APR64 00002-91303 JANS1 00002-91353 aL 01 11 02 


mans Pr am aan ea eee a: BES ee ele ae aha dali ga GES is! eae age Fane has Oe we le te 


SOS4A(85A) INT 


11/08/85. 
MODEL 0 
NUMBER Cc 


| 30528 sur 
“3052A-500 OPE 
3054A t—t:s«CSER' 


3054A(9825B). INT 


30544 (9826) OPE 


3OS4A(9835A) INT 


| 30560098458) INT 


; SOSH Aree / INT 


30540-802 OPE 
3054¢ (1000) OPE 


30540. «OPE 


3056DL OPE 


11/08/85 
MODEL 0 
NUMBER C 
060A. PRE- 
USER 
QUIC 
“SERV 
~ INST, 
OPER 
MAN + 


4. ee os 


19810A 


11/08/85 
MODEL 
NUMBER 

198114 
} 198604 
2D 
2D=2 
2D-2A 
20-3 


ME Ee ON Em 


OPER NOTE 


LITERATURE 
TYPE 
OPER NOTE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN. 
_ OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


MVwevt Feet FUE 


SEP80: 19810-90901 


H/C PART 


NUMBER 


AVUOF P7OUT FOU. 


CL Vi ve Ul 


JAN81 19810-90801 8L 01 08 01 


FICHE 
DATE 


PAGE 101 


see PART M POD P 


UMBER LT VG 
whk DESCRIPTION wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION eke DESCRIPTION trick 


JUN81 19811-90901. 


MAY82 19860-90902 
MAR83. 19860-90902 


APR64 00002-91303 
MAR65 00002-91307 
MAR6S 00002-91307 
MAR65. 00002-91307 


 FEB82 19811-90801 


MAY83 19860-90802 


JAN81. 00002-91353 
MAR84. 00002-90057 
MAR84 00002-90057 
MAR84 00002-90057 


8L 01 08 01 
BL 01 08 03. 


8L 01 11 02 
8L 01.11 02 
8L 01 11 02 
8 01 11 02 


11/08/85 
MODEL 
NUMBER 


“BO6OA 


| 2D/2FA SERV NOTE. SET BELOW HAY78 
ane M011=1 A MYLAR TEST GRID FOR CALIBRATION 
SWEEP TIMING CAPACITOR REPLACEMENT 


CHANGE OF PAPER HOLDDOWN FROM VACUUM TO AUTOGRIP 


SER BELOW 619.RECOMMENDED CHANNEL MOUNTING YOKE: REPLACEMENT 
VACUUM PUMP MAINTENANCE 

INTERNAL TIME BASE SERVICE PROCEDURE 
VACUUM PUMP MOTOR SERVICE 

SWEEP LINEARITY PROBLEMS 

ONE MEGOHM INPUT IMPED MEASUREMENT 
POWER TRANSISTOR CHANGE 

RECOMMENDED PARTS CHANGE 
MODIFICATION TO IMPROVE PERFORMANCE 
SER BELOW 198.MOD TO IMP PERFORMANCE 
SER BELOW 265.M0D TO IMP PERFOR 
FACTORY MOD FOR F-1A-3. CURVE TRACER 


00002-91303 JAN81 00002-91353 8L 01°11 02 
00002-95000 APR79 00002-90050 8L 01 11 02 INCLUDES METRIC MODELS 
00002-99001 MAY71 OOOU2-90051* 01 11 03 USE 2#A/2FRA FICHE 00002-90053 
00002-90003 JUN83 00002~29053 8L 0111 03 
00002-90003 
00002-90001 
00002-90001 
00002-90003 
00002-90003 
JANOO 00002-91329 
INSTR & OPER MAN _ JANOO 00020-91358 
OPER & SERV MAN —-FEBG2- 2004-910 
SERV NOTE SET BELOW JANBO 
220AB~1B RANGE SWTCH REPL + FREQ ADJUSTHENT 


SO0AB-20 NOV71 WO TEST + ADJUSTMENT PROCEDURES 
200AB-3D JUN70 WN. SER BELOW 310-19474.M0D TO DECREASE HUM + DISTORTION 


4011-2 
20/20-2/2D-3/ 
2F/2FA 


20R OPER & SERV MAN 
2D4/2DR4 OPER & SERV MAN 
2FA/2FRA OPER & SERV MAN 
OPER & SERV MAN 

. MAN CHANGE 
2FAM/2FRAM OPER & SERV MAN 
2FR - OPER & SERV MAN 
OPER & SERV MAN 

MAN CHANGE 


es “OPER & MAINT MAN 


MAY71 00992-90051* 01 


MAY71 00002-9005"* 01 
JUN83 00002-90053 8L 01 


O03 USE 2FA/FRA FICHE 00002-90053 
1 03 USE 2FR FICHE 00002-90053 


NOV71 00002-91379... 01 
NOV74. 00020-90058 01 
MAR78 200A+950 BL 01 


11/08/85 
MODEL 


ae PAGE 102, 11/08/85 
LITERATURE H/C PART FICHE FICHE PART ee : MODEL oO L 
NUMBER TYPE NUMBER _DATE NUMB LTV NUMBER oC 
‘ : ik DESCRIPTION uae DESCRIPTION kee DESCRIPTION ake DESCRIPTION tik “DESCRIPTION tik ; ee 
30600 ~ -3060a- 


FEBG2 2004-910 : BL 01 09 oe 


2008 OPER & SERV MAN 
pe EL ge SERV NOTE. SET BE LOW 
"2008-18 hte 


MART8 2008-9530 
; JANBO 

co RANGE SHTCH REPLACEMENT 
“APR62 200¢-910 © : KAY?5 200¢-960 01 09 01 

‘AUG71 200cD-907 AuG7? 200cD-957 © + aL 01 09 02 USE 200cD FICHE. 200¢D-958 


-FEar4 onnenaa: Afleas 39ANLAU4E8 


“OPER & SERV MAN 


OPER & SERV MAN. 
OPER £2 CEP wan 


- 200CD 


CUVAL CU NUVEL WY TEO! T ADVUSLMENT. PROCEDURES 
200AB-3D JUN70 WN SER BELOW 3510-19474. MOD TO DECREASE HUM. + DISTORTION 


11/08/85 ayer . : : | PAGE 102 
MODEL 


11/08/85. 
0 LITERATURE H/C H/C PART FICHE FICHE PART MP e P “MODEL 0. 3 
NUMBER C.. TYPE DATE NUMBER DATE NUMBER LT 6 ; > NUMBER C 
*** DESCRIPTION *#* DESCRIPTION *#* DESCRIPTION kick DESCRIPTION kkk DESCRIPTION: sort 
eee 3060A 3060A-? 
2008 OPER & SERV MAN FEB62 200A-910 MAR78 200A-950 8L 01. 09 04 2 CONTIE 
: SERV. NOTE SET BELOW AN! 3060A-2 
ean 2008-18 - RANGE SWTCH REPLACEMENT ite 
200 OPER: & SERV MAN APR62 200€-910 -MAY75 2000-960 01-09 01 speaks s 
200cD OPER & SERV MAN. AUG71.200CD-907 AUG77. 200CD-957 * 81 01 09 02 USE 200CD FICHE 200cD-958 3060A-3 
Rae, a OPER & SERV. MAN FEBS1 200CD-908 DEC82 200CD-958 © 8L 01 A1 01 CONT'E 
oo» SERV-NOTE SET. BELOW : JANBO 3060A-2 
~ 200CD-1C NOV65 RANGE SWTCH REPL + FREQ ADJUSTMENT 3060A-: 
- 200CD-2 SER BELOW 1054.REPL OF 6AC7 TUBES TO LENGTHEN LIFE + LESSEN DISTORTION ~CONTIE 
200CD-3A - 200CD SER BELOW 8691.200J SER BELOW 54.202C SER BELOW 92.INCR RECT TUBE LIFE 3060A-2 
200CD=4D -  AUG63 TEST + ADJUSTMENT PROCEDURE 3060A-2 
200cD-5 - SER BELOW 22550.LOW FREQ DISTORT REDUCTION 3060A-4 
“ 200CD-6A Ea ALL SER.OUTPT XFMR RANGE SWTCH REPL -3060A-4 
200CD-7B OCT71 WO TUNING CAP REPL PROCEDURE 3060A-4 
200CD-88 : JAN66 MOD TO SUPPRESS HUM AT LOWER THAN 50/60HZ OPERATION 3060A-4 
200CD-9A AUG71 ALL SER.EXT SIG SOURCE SYNC MOD s060K~4 
200D : OPER &@ SERV MAN APR62 2000-910 MAY75 200C-960 01.09 01 espa 
F An 
200H _ OPER & SERV MAN NOVSO 200H-910 JAN82 200H-960 8L:01 09 01 3060A~4 
MAN: CHANGE MAR62 200H-910 : a06OK 
2001 SERV NOTE. SET BELOW JANBO 3060A-5 
2001-1 - RANGE SWTCH REPL + FREQ REALIGN. PROC eye 
200d ~~ OPER & SERV MAN SEP64 200J-902 FEB81 5080-5607 8L 01 09 01 a eeAcs 
200T OPER & SERV MAN AUG64 200T-902 JSAN82 200T-952 8L 01.09 01 3060-5 
a MAN. CHANGE . SEP65 200T-902 Seeepce 
“} 2018 SERV NOTE SET BELOW JANSO 3060A-5 
! 2018-1 - RANGE SWITCH REPLACEMENT PROCEDURE ee 
eo1c. OPER & SERV MAN MAR76 00201-90007 JUL82 00201-90057 8L 01 09 01 3060A~¢ 
‘MAN CHANGE MAY82 00201-90007 3060A~6 
SERV NOTE SET BELOW JAN8O 3060A-6 
201¢=1 HAR69 ‘SER BELOW. 351-06257.M0D TO REDUCE DISTORTION 3060A~6 
202A SERV NOTE SET BELOW JAN30 3060A-R03 INSTALL 
; 202A-68 - POWR SUPPY,FREG,RATIO ADJ PROCEDURE ; 
3060A-040 INSTALL 
202D OPER & SERV MAN JANOO 202-900 JUN72 202-950 01 09 04 
: MAN CHANGE SHEETS... JANOO. 202-900 . 3060A-041 INSTALL 
INSTRUCTIONS 1 JANOO 202-900 
INSTRUCTIONS 2 FEBSO 202-9060 3060A-100 OPER & 
INSTRUCTIONS 3 JANOG. 202-900 OPER & 
INSTRUCT 200 SERIES JANOO 202-900 OPER & 
INSTRUCTIONS 5 APR54 202-900 a MAN CHA 
OPER. & SERV MAN AUG62 2020-910: JAN82 202D-960 8L 01 09 01 a, 
SERV NOTE SET BELOW JAN8O ‘ 3060A~-25 INSTALL 
2020-2A = . SER ABOVE 80025.RANGE SWTCH REPLACEMENT + REALIGNMENT 


3061A = ~——sSSERV MA 


11/08/85 ie oe eae eae ; . PAGE..103 >of 11/08/85 
MODEL G LITERATURE H/C We PART. FICHE = FICHE PART M PD P MODEL “0 LY 

NUMBER e TYPE _- DATE --. NUMBER DATE NUMBER L T VG NUMBER C 

ad ikkk DESCRIPTION ex DESCRIPTION *** DESCRIPTION *x* DESCRIPTION kk DESCRIPTION Wak 

202E OPER INSTRUCT ~. SANOO 00202-90029 AUGBO 5951-6200 ~ BL 01 21 01 ut ee “A BO6TA retreat 
202H OPER & ao MAN. ‘SEPES 00202-90006 OcT85 00202-90034 Rite ;Ot a1 02 eee 2 : Pad ae _ SERV MAR 
: 0 MAN: CHANG T?3 00202-90006 pee fee ee : MAN. CHAI 
» SERV NOTE SET BELOW” -JANBO | ES ne 2 oe el QUICK: RE 
202H=1 “- FM/AM SIG GEN INSTALLATION PROCEDURE FOR. FLEXIBLE COUPLING UNIT Ce a eS he eo GUTCK RI 
te oe eC: eR FM/AM REPL OF RESIST (R117,R118)IN RF PISTON, ATTEN, ASSY Peas . fe oe MAN. CHAI 
202H-3 es = PROC FOR MEAS SIG-TO-NOISE RATIO. ie os ae o . : ' SERV_NO] 
~202H"4 —  MAY66 ORF WAVEFORM DISTORTION | ae : ke ° : 3060A~1 


202H*5. SER BELOW 650.REPL OF NABRT METH 12AT7. eet. Gere rec a et ae eee eee 7,07) 


11/08/85 
MODEL 
NUMBER 

202E 

202H 


204¢-H20 


11/08/85 
MODEL 
NUMBER 


204C-H20 


2040 


LITERATURE 
TYPE 


OPER INSTRUCT 


OPER & SERV MAN 
MAN CHAI 


NGE 
SERV rd SET BELOW. 


202H-5 : 
202H-6A/Z02J-4A 
202H=7 
202H-8 
202H~9/202J-5 
SERV NOTE. SET BELOW 
202J=1 


202)-2A 
202J-3 


OPER & SERV MAN 
OPER & SERV #AN 


OPER & SERV ‘MAN 


seRy NOTE SET BELCW 


O3A~1 
203A-2A 
203A-3A 


OPER. INSTRUCT 


OPER & SERV MAN 
MAN CHA 


NGE 
MAN CHANGE BACKDATE 
SERV NOTE SET BELOW 
204B~1D 


2048-2/208A-2/ 
4038-2/419A~-4/ 
:34208-1 


CPER & SERV MAN 
MAN CHANGE 


OPER 
INSTALL NOTE 
INSTALL NOTE 


SERV NOTE SET BELOW 
204C-1 . 


204C-2 

204C/D-38 
CONT'D 

204C/D-4 
CONT'D 


OPER & SERV MAN 


~ LITERATURE 
“TYPE 


MAN CHANGE 
OPER & SERV MAN 


INSTALL NOTE 


OPER & SERV MAN 


INSTALL NOTE 


INSTALL NOTE 


SERV NOTE SET BELOW 


204D=4 


OPER . oe MAN 


H/C 
DATE 
JANOO 


SEP65 
ocT?73 


-MAY66 


“MAY69 


 OcTé9. 


DEC6S 


JUL?3 
MAY76 
FEB81 


DECé65 
JANG66 
FE867 


DECé62 


JANS3 
JSULS4 
JANOO 


AUG69 
JAN67 


DEC76 
AUG78 
AUG?’ 
DEC84 
DEC84 
AUG85 


DEC68 
DEC75 
AUG79 


ocT79 


DEC76 


H/C. 
DATE. 


AUG78 00204-90005 
AUG71 00204-90002 © 
DECB4 00204-90022 


- DEC76 00204-90005 


~ DEC&4 00204-90022 
AUG8S 00209-90011 


PAGE 103 


H/C PART FICHE FICHE PART M PD . 
NUMBE 


NUMBER DATE R LT V 
kkk DESCRIPTION wkk DESCRIPTION «ke DESCRIPTION eke DESCRIPTION *** DESCRIPTION axe 
00202-90029 AUG80 5951-6200 8L 01-21 01 


pasne canner OCT85 00202-90034 8L 01 21 02 
00202-900 


JAN8O 
FM/AM SIG GEN INSTALLATION PROCEDURE OR FLEXIBLE COUPLING UNIT 
FM/AM REPL OF RESIST (R117,R118)1N RF PISTON ATTEN ASSY 
PROC FOR MEAS SIG-TO-NOISE RATIO 
RF WAVEFORM DISTORTION 
SER BELOW 650.REPL OF 68K7 WITH 12AT7 
ALL SER.RF UNIT STATOR MOD TO RED CRACKING OF CERAMIC STATOR MOUNTS 
SER BELOW 6350.MOD TO IMPR PISTON ATTEN PROBE HEAD + ASSOC COMP.ALL SER: REPL. PROC 
REF DESIG INDEX + REP PARTS TABLE 
202H SER 537 + UP.202) SER 6847 + UP.REPL FILTR FL1L0 


JAN8O 
SER BELOW 6847. AMPLR MOD FOR IMPR PER 
SER BELOW 6842. IMPR PERF MODIFICATION 
SER BELOW 7226.MOD TO LOWER AM DIST 


00203-99002 SEP73_ 00203-99052* 07 09 03 USE 203A FICHE 00203-99054 

00203-99004 JUL?77 00203-99054* 8t 01 33 02 USE 203A FICHE 00230-99055 

00203-99005 apis 00203-99055  8L 01 33 02 
AN 


SER BELOW 425-00575.REC REPL FOR C3 
SER BELOW 425-00575.RF AMPLF A2 REPL PARTS 
ALL SER.A1 BOARD + DECADE MODULE ADJ PROCEDURE 


00203-90006 OCT?2 5951-6199 8L 01 21 01 
204A~-910 FEB78 204A~960 8L 01 09.01 


204A-910 
204A-910 


3062A 


JAN8O 
BATTERY PACK OR PWR SUPPY INSTAL PROC 
NICKLE CAD BATTERY MAINTENANCE 


00204-90005 
00204-90005 
00204-90002 
00204-90020 


MAR79 00204-90055 8L 01 09 02 


MAY75 00204-99052* 01 09 02 USE 204¢C FICHE 00204-90055 

FEB85 00204-90220 8i 01-A1 01 

00204-90022 FEB85 00204-90222 8L 01 A1 01 

00209-90011 Hee 00209-90211 8L 017 Ai 01 
A 


0 
WO. SER BELOW igi ro ame PERF 
WN SAFETY.SHOCK POT REVISI 
WA SER 204C,204C-H20: apeyatsets & BELOW; 2040 15485 & BELOW. MOD TO ACCEPT NEW TYPE 
BATTERIES (OPT 002. ONLY) 
WN a Seton 204€:0989A14605 & BELOW, 204C-H20,0PT 02:0989A14855 & BELOW,204D:1105A02415 
& BELOW.MOD TO IMPROVE SAFETY GRNDING 


00204-90005 MAR79 00204-90055 8L 01°09 02 


“PAGE 104 11/08/85 
H/C PART FICHE FICHE PART M P D i i Fa MODEL 
NUMBER - DATE NUMBER L Vv of NUMBER 


tkk DESCRIPTION wk DESCRIPTION *x* DESCRIPTION ike DESCRIPTION tik DESCRIPTION tee 


MAR79 00204-90055 8L01.09 02. __ ee 3065 
MATZ> Q0204-99052* | 01 09 O2 USE 204c-H20 FICHE 00204-90055 ; 7 
FEB85 00204-90222 81 01 At 01 


MAR7T9 00204-90055 aL 01 09 02 


MAY7S 00204-99052 01 a 02 USE. 204D: FICHE 00204-90055 
FEB85 00204-90221 8. 01 A101... 

~ FEB85 00204-90222 8L 01 mM 01 
NOV85 00209-90211. SL 01. aT 01 


OCcT81. 
NOVS9 WA SAFETY. SER BELOW 9010-00272. eROiiND out Tielety. MANTEPCATTON 


1 19/08/85 
MODEL 
NUMBER 


3061A 


3065 


0 Lit 
: | 


USER'S’ 
MAN: CHAN 
SERV MAN 
MAN CHAN 
QUICK RE 
(QUICK RE 


3064/30 


3061A/30 
6031A/60: 


USER'S M 


3061A/30: 
3061A/30¢ 


- -3061A/30 


3064 A/30 
3061/30 
6031/60: 


USER'S Gl 


DIAGNOST: 


LITE! 
T 


SERV NOTE 
3065-1 


11/08/85 
MODEL 


' PAGE 104 


ae : a : ; 11/08/85: ; 
LITERATURE H/C H/C PART... FICHE. FICHE PART M P D- a MODEL 0 LITER 
NUMBER TYPE DATE NUMBER DATE NUMBER L oT NV NUMBER ...-C TY 
ee tke DESCRIPTION wet DESCRIPTION *e% DESCRIPTION eke DESCRIPTION se DESCRIPTION tek 
204C=H20 MAN. CHANGE. - 00204-90005. MAR79 00204-90055 &L 01 09. 02 3065 SERV NOTE 
OPER. &- SERV. MAN 4 00204-90002 MAY75 00204-99052 — 01 09 re USE -204c-H20 FICHE 00264-90055 Be 3065-1 
INSTALL NOTE 00204-90022 FEB85 00206-90222 8L 01 a1 0 eaeea 
-204D OPER & SERV MAN » 00204-90005 MAR79 00204-90055 &L 01 09 02 3065~4 
00204-90005 er 3065-5 
00204-90002 MAY75 00204-99052* 01 09 O02 USE 204D FICHE 00204-90055 3065-6 
00204-90021 FEB85 00204-90221 8L 01 A1 01 ; 3065-7 
INSTALL NOTE 00204-90022 FEB8S 00204-90222 8L 01 3065-8 
INSTALL NOTE. A 00209-90011 NOV85. 00209-90211 8L 01 3C45-9 
SERV NOTE SET BELOW OcT81 3065-10 
2040-4 WA SAFETY.SER BELOW 910-00273.GROUND CONTINUITY MODIFICATION 3065-11 
2040-2 WN SAFETY SHOCK POTENTIAL ‘REVISIONS 3065-12 
2040-3 WN ALL SER.MAN UPDATE TO LIST CORRECT PN FOR OUTPUT ATTEN ASSY AIR46 (5061-0760) : 3065-13 
- 204C/D-38 : "WA SER 204C,204C-H20:0989A418215 & BELOW:204D:1105A05485 & BELOW. MOD TO ACCEPT NEW TYPE a , 3065-14 
BATTERIES (OPT. 002. ONLY) cae CONT'D 
WN SAFETY.204C:0989A14605 & BELOW,204C-H20,0PT 02: 0989A14855 & BELOW, 204D: 1105402615 ee 3065-15 
& BELOW.MOD TO IMPROVE SAFETY GRNDING Sere 
205A. CPER & SERV MAN | 00205-90010 JUN83 00205-90060 8L 01 09 01 p00 15 
205A/AG SERV NOTE SET BELOW. JAN80 3065-20 
205A/AG~1B A FREQ RANGE SWITCH REPLACEMEND 3065~21-s 
— 205A/A6-28 REPL OUTPUT ATTEN INSTALLATION 3065-22 
- 205A/AG~3 FREQ RANGE SWITCH REPLACEMENT 3065-23 
- 205A6~4. aie CHANGE IN REPL DIODES 3065-24 
» 205a6=5 REPL 6L66(GLASS) WITH 6L6(METAL) FOR V5 AND V6 ee neg ee 
OPER & SERV MAN 00205-90004 APR71. 00205-90054* 01 09 02 USE 205AG FICHE 00205-90060 3065-27 
OPER & SERV MAN 00205-45010 JUN83 00205-90060 8L 01 09 01 3065-31-S 
INSTRUCT & OPER MAN JANS2 205AH-910 SEP80 5080-5631 BL 01 09 01 310A oper & SER 
OPER INSTRUCTIONS JANOO 00207-90008 JUN72 00207-90502 01 21-01 SERV NOTE. | 
OPER @ SERV MAN DEC63. 207A~901 JUN73 2074-951 8L.01 09 01 » nba 310A~1A 
MAN CHANGE BACKDATE DEC63 207A-901 Prd Sa 
OPER & SERV MAN DEC62 00207-90009 DEC81 00207-90505 8L 01 21:01 a aaah 
INST MAN JANOO 00207-90007 MAY83 5950-1968 8L.01 21 01 310A-6A 
MAN CHANGE NOV74 00207-90007 . 310A-7 
SERV NOTE SET SELOW : JAN8O 310A~8 
207H-1 JUN72. WO SER 635A THRU 1152A.REC REPL FOR @300 1S 1850-0425 : Sas 
SERV NOTE SET BELOW MAY75 
2070A-1 OCT72 WA ALL 2070A OPT 005 DATA LOGGERS WETH STORAGE 312A aren eee 
OPER & SERV MAN —-: JUN70 00208-90003 JUL81 00208-98053 8t 01 08 01 SERV NOTE 
MAN. CHANGE OCT72 00208-90003 MoTeaea 
OPER &. SERV MAN JUL76 00209-90004 OcT78 00209-90054 8L 01 09.02 ox 312A-1 
CHANGE JUL78 00209-90004 Eee ee oo BY QAS2 
DECB4. 0209-90010 FEB85 00209-90210 8L 01 A101 uae Od 312A-3 
‘ALL. NOTE AUG8S. 00209-90011 NOV85 00209-90211 8L 01 A101 : . 312A~4 
SERV NOTE SET BELOW = JAN8O are 
11/08/85 : FAGE 105. | - thee d Wigs ; 
MODEL LITERATURE H/C.» H/C: PART FICHE. .FICHE PART M P D P oe ; : 0 LITERA 
NUMBER C TYPE... DATE. NUMBER DATE NUMBER -L T-V6 NURMER BeaQ eae ~ TYP 
Pe i : kick DESCRIPTION #** DESCRIPTION &** DESCRIPTION eke DESCRIPTION whe t DESCRIFTION tick : 
| 20948 - NOT AVAILABLE 3rea/eve/o SERV NOTE S 
BoP SER BELOK- .818-00500.HoD TO IMPR PERF oc 312A /B/C/D~ 
APR69 WH: REV- FLATNESS CHECK 512B/D-6. 
JUL69 WA SAFETY.SER 818-00951 THRU 818-01149. FRONT PANEL GROUNDING MODIFICATION 7 312B/0-7 
JAN7O SER 818-01777 + DOWN.AICR12.REPLACMN 
JUN70 WO SER 8718-02326. +. DOWN.A2C1,A2C2 mer foe 3128 -OPER & SERV 
os DEC7S WN SAFETY.REV TO MINIMIZE SHOCK POTENTA ase MAN: CHANGE 
209A-8 OCT?? WN SAFETY.SER T045A05846 & BELOW. MOD TO" “IMPROVE SAFETY GRNDING - S120 OPER SERV 


OPER & SERV MAN JANOO 210A=S01H-sMART1 210A-S51H 01 09 ee ee eee <: 
SERV NOTE SET BELOW JANBO Be ee. eee oe 2 eee eis) 


oe OPER & SERV 
210 “1 Cc abd + TROUBLESHOOTING probe 


MAN CHANGE 


11/08/85 
~ MODEL 
NUMBER 


2094 


OPER & SERV MAN 
MAN. CHANGE 
INSTALL MAN 


OPER & SERV MAN 
| OPER & SERV MAN 
» MAN CHANGE 


LITERATURE 
TYPE 


209A-1 


209A-8. 


OPER & SERV MAN 


SERV NOTE SET BELOW 
210n “1A 


MAN. CHA 


NGE N 
seny al eae SET BELOW 


OPER & SERV NAN 
OPER & SERV MAN 


H/C 
DATE 


APR69 


* JULOY 


JAN70 


‘JUN7O 


DEC?5 
oOcT7? 


~ JANOO 


JUNG66 
J 


SERV NOTE SET BELOW . 
2118-1 1} 


211B~2 


2118-3 
OPER & SERV MAN 


OPER & SERV MAN 
SERV NOTE SET. BELOW 
212A~1 


2420-98 


OPER & SERV MAN 
OPER. INSTRUCT 

SERV NOTE ‘SET BELOW 
213A~1A 


OPER & SERV MAN 


N 
SERV NOTE SET SELOW 
2146A-1 


SEP61 
JANOO 


JANOO 


_ JULES © 


NOV?75 
APR76 


MAY64 


0 2110-901 
00211-90013 
00211-90013 


H/C PART FICHE ‘FICHE PART. M POD P 
NUMBER 


DATE _NUMB LTV 
kkk DESCRIPTION kik DESCRIPTION tik DESCRIPTION wee DESCRIPTION ike ‘DESCRIPTION wiek 


NOT AVAILABLE 
SER BELOW Serauooees MOD ‘To IMPR PERF 
WN REV FLATNESS CHEC 
WA See uaa SER. a16-00951 THRU 8718-01149. FRONT PANEL GROUNDING MODIFICATION. 
SER 818-01777 + DOWN.AICR12 REPLACMNT 
WO SER 8718-02326 + DOWN.A2C1,A2C2 REPL 


WN SAFETY.REV. 10 MINIMIZE SHOCK POTENTAL 


WN SAFETY.SER 1045A05846 & BELOW.MOD TO IMPROVE SAFETY GRNDING 
210A-501H MAR71 210A-551H 01 09 01 

ADJ. + TROUBLESHOOTING PROC 
211a-901 SEP74 214A-801 
—MARB4 5951-6329 


MAY78 
ALL. SER. PARTS REPL 
SER BELOW 2563.MOD TO RED HUM + OVERSHOOT IN 75 OHM. OUTPUT 
» SER BELOW 501-07789.IMPR LOW LEVEL OPERATION 
SER BELOW 501-08814.V13. TUBE REC REPL 


00211-90901 DEC7S 00211-90801* 8L 01 08 02 USE 2118 FICHE 00211-90802 
00211-90902 ... JUN83. 00211-90802 8L 01 08 01 


MAY78 
WO. SER 0817A.ASSY ERROR 
WO SER 817 THRU 1218A..EXT SYNC. WIRING ERROR 
WO ALL SER.600 OHM OUTPUT IMPROVEMENT 


00212-9001 OCT74 00212-9002 
272A~501A ante 00212-9003 


NOT AVAILABLE 

POWER LINE FILTER KIT 

SER BELOW 3388.REACTOR ASSEMBLY 

NOT AVAILABLE 

SER BELOW 4081.REC THYRATRON REPL 
PULSE LENGTH POTENTIOMETER REPL 

SER BELOW 6275.REPL FAN KIT 

SER BELOW 7076.REPL FILTER CAPACITORS 
SER BELOW 214-1152¢ CAP REPL KIT 


213A-900 SEP71 243A~800 07 98. 07 
00213-90500 preee 5951-6202 8L. 01-27 01 


A ‘ 
OUTPUT CONNECTOR-DIODE ASSY REPL 
2138-901 FEB74 2138-801 01 08 01 
00214-90908 FEB73 00214-90808* 01. 08 02 USE 214A FICHE 00214-90810 
age14-30910 MAR?7? 60214-90810 BL 01.08 02 


UL79 
SER BELOW 414-0085. MOD TO IMPR PROTECTION OF OUTPUT DIODES wt 00214~69501) 


01 08 02 
BL 01 21 01 


01 08 02 SERIAL 7176 & eee & SERIAL PFXES 
BL 01 08 O02 SERIAL 7175 & BELOW 


PAGE 105: 


11/08/85 
“MODEL 


NUMBER 


312A/8/C/0 


3128 


312¢ 
312D 


313A 
320A 
3208 


3200A 


32008 


 3205a: 


3211A 


| 32t2A 


3213A 
3214A 
3215A 
3216A 


LITERATI 
TYPE 


SERV NOTE SE 
$124/8/¢/0-5 
2B/0-6 


3196 /D-? 


OPER & SERV | 
MAN CHANGE 


OPER & SERV } 


OPER: & SERV q 


MAN. CHANGE 
OPER & SERV.I 


MAN CHANGE 
INSTRUCT & OF 
INSTRUCT & 0} 


OPER & SERV} 


MAN CHANGE 
SERV NOTE SE 
32Q0A~1. 
3200A-2 
3200A~3/32008 
OPER & SERV L 


MAN CHANGE 
SERV NOTE SE" 


3200A-3/32008 
- 3200B-1 


3008-6 
OPER & sek 


3205A-1 


OPER & SERV: | 
SERV NOTE SE} 
3211A~1 


OPER & SERV.) 


CPER & SERV I 
OPER & SERV } 


OPER & SERV | 


OPER & SERV} 


PAGE 91 


SCRIPTION sok 


MPLER USABLE. IN 


QUNT RELIABILITY 
RELIABILITY 


18. 


ae an aaae EEE it AVRRUERREREEL 


aa a : 28 
E : a ui ag 
hog 
ft st 4 
‘mana ‘WHhGt 
i t oe 
oun it 
11/08/85 
MODEL. 0 _ LYTERATURE 
NUMBER ss «CCST: 
216A : 214A-2 
- 244A-38 
214A~4A 
244A-5 
2144-68 
214A-7 
2144-8 
: 214A-9 
2148. OPER & SERV MAN 
SERV NOTE SET BELOW 
2148-1 
2148-2 
2148-001 OPER & SERV MAN 
2148-907 OPER & SERV MAN 
2148-908 OPER & SERV MAN 
2148-909 OPER & SERV MAN 
216A OPER. & SERV MAN 
MAN CHANGE 
SERV NOTE SET BELOW 
216A-1A 
216A-2 
216A OPER & SERV MAN 
: OPER & SERV HAN 
OPER & SERV HAN 
SERV NOTE SET BELOW 
218A-1A 
218A-2A | 
219A OPER & SERY MAN 
INSTRUCT MAN 
2198 OPER & SERV WAN 
me SERV NOTE SET BELOW 
2198-1A 
219¢ OPER & at MAN 
202) OPER & SERV MAN 
220A “SERV NOTE SET BELOW 
220A-1 
221A  YPER NOTE 
PER NOTE CHANGE 
SERV NOTE SET BELOW 
e2ftArt 


(2210 SERV NOTE SET BELOW 


awe 00221-90902 


sol a ? 


H/C H/C PART FICHE. FICHE PART M P OD r 
DATE NUMBER “DATE NUMBER LT V 
tit DESCRIPTION tek DESCRIPTION tik DESCRIPTION tik DESCRIPTION tek: DESCRIPTION stk 


NOV65 SER BELOW 633. IMPR HEAT DISSIPAT MOD 

DEC66 SER BELOW 545-02126. UPDATING MOD 

JUNG6 WN SER BELOW 550-02201.M0D TO RED TRAILING EDGE OVERSHOOT 

FEB68 SER BELOW 722-04075.M0D TO PREV cose OF TRIG GUTPT PULSES AT LOW LINE VOLTAGE 
MARG9 WN ALL SER.CONV 50/60 FAN TO 50/60/4060 

DEC68 SER BELOW 921.LINE FILTR REPL KIT 

JUL74 WN ALL SER.PRODUCT. SAFETY. COMPLIANCE 

FEB75 WO ALL SER. IMPROVED 100V OPERATION 


MAKSO 00214-90012 rey 00214-95012 8L 01 81 03 


DEC?78 WA SER 1718600189 & BELOW.REC VMOS POWER FET REPL & PROTECTION 
JUL79. WO SER 1846600321 & BELOW.PWR SUPPLY MOD 


MAR80 00214-90012 JUN8O 00214-95012 8L 01 81 03 
MARBO 00214-90012 JUN8O 00214-95012 8L 01 B1 03 
MAR&O 00214-90012 JUN8O: 00214-95012 8b 01 Bi 03 
HAR8O 00214-90012 JUN8O 00214-95012 8L 01 81 03 


AUG66 00216-90902 —-—- APR71._: 00216-90802 01 08 02 


JUL69 00216-90902 


SULTS 
NOV69 WN SER BELOW 717-00450.M0D TO IMPROVE COUNT-DOWN MV + RATE GENERATOR OPERATION 
MAR68 SER BELOW 820-00546.HF. PART 1850-0099.SUB TEXAS INSTR 2N964 FOR MOTOROLA 2N964 


JANOO 278A-SO1A JUL80 00218-9005 © 8t 01 02 02 SERIAL 1 THRU 203 

MAR6O 218A-5018 JSUL8O 00218-9007 = 8L 01 02 02 SER PFX OO2. ‘THRY 203 

JUN67 00218-9003. - er 00218-9004  8L: 01 02 02 SER PFX. 204 & ABOVE. 
MAY 


8 
- SER BELOW 01600226.DELAY UNIT + LOCKOUT GATE CIR MOD TO IMPR COUNT + SYSTEM TRIG 
a SER BELOW 916-00465.UPDATING MOD 


Aug69 00219-9008 APR71. 00219-9005 01 02 02 

JAN64 00219-90006 APR81 00219-90020 8L 01 21 01 

AUG69 00219-9005 APR?71 00219-9005 01-2 02 
DEC67 WO REC REPL FOR cRvoe + CR706 

AUG69 00219-9004 APR71 00219-9005 01 O2 02 


JUN65 0022-91527 ocrra 00022-90057 01 1101 


m 
sg |AY78 

MAR69 wo SER BELOW 909-00826. OUTPUT SATURATION MODIFICATION 

JAN?4 00221-90902 FEB72 00221-90802 01 08 01 


- MAY7B “ 
= WO SER BELOW 927-00161.MOD FOR IMPR PERF 
eee \r 


PAGE 106 


PAGE 92. 


CRIPTION *% 
9 
08. 


PAGE 93. 


ane he ars ao PARE 107 
\ MODEL = -0——™—CWL: ERATURE =§=~——sdK/ H/C PART FICHE (FICHE PART MP. D ‘ 
NUMBER Co TYPE DATE NUKBER. DATE NUMBER L TV 
. ie Sore ‘eek DESCRIPTION *&* DESCRIPTION *a*% DESCRIPTION tik DESCRIPTION wkk DESCRIPTION aeick 
2210 2210-1 at REC REPL OF A2 ‘CHOPPER STAB AMPLFR.NOT. AVATLAGLE 
ae12A ' SERV NOTE SET BELOW MAY78 
4 2272A-1 MAY67 SER BELOW bAan REC REPL FOR A3C17. 
2272A~2 AUG67 SER BELOW 644-.M0D RED ZERO DRIFT. 
2272A-3" SEP67 WO SER BELOW 730~.MOD STOP ERRONEOUS COUNT AT LOW TEMPERATURE . 
‘, 2272A74 NOV68 WA MOD TO SPEED UP OERLOAD RECOVERY 
2272A-5 NOV68 WA MOD RED PHR SUPPLY RIPPLE 
2212A-6 NOV68. WO. PREFERRED REPLACEMENT TRANSISTORS 
2212A-7 ~~ JAN69 YO -SER BELOW 748-.M0D ELIM OSCILLATION 
cclek3 JANG. WO SER BELOW 804-.MOD STOP. LOCK-UP NEAR ZERO 
2212A-9 SEP69 WA MANUAL CCRRECTION 
ee 2212A-10 OCT7? WO. A3. BRD DATE BELOW 1132-6.FREQ STABILITY AT LOW LINE VOLTAGES 
222A OPER & SERV MAN JUN68 00222-90904 JUNBO. 00222-90804 8L 01 08 02 
MAN CHANGE APR72 00222-90904 
SERV NOTE SET BELOW MAY78 
222A-1A OCT68 . SER BELOW 607-00875.HF RESP IMPR HOD 
222A~-2 FEB68 SER BELOW 740-01375.ADD DIODE FOR OUTPUT PROTECTION 
222a-3 OCT68 SER BELOW 842-01601.MOD TO IMPR REL 
222A~-4A FEB69. WO SER BELOW 842-01635.m0D. TO STRENGTHEN PULSE AMPLT SWTCH MOUNTING 
222A-5 JUL69 YO SER BELOW 928-01846.0UTPT: PULSE. MOD 
» 226A OPER & SERV MAN DEC71 00226-96901 APR74 00226-90801 01:08 03 
MAN. CHANGE AUG73 00226-90901 
230A -. INSTRUCT & OPER MAN JANOO 230A-910 AUG81 00230-91000 8L 01 09 01 
“OPER & SERV MAN NOV68 90230-90038 JUL83 5951-6474 8L 01 21 01 
SERV NOTE SET BELOW MAY?2 
2304-1 i IMPR DETENT ACTION OF BAND SWITCHER 
230A-2A < REPL PISTON CAP PROCEDURE 
» 230A-3A 1964 SER 727. INSTALL OF DETENT MOD KIT TO IMPR BANDSWTCH DETENT ACTION 
230A-4 MARG6 SER BELOW 525-1244.REPAIR STOP COLLAR (IN FREQUENCY CONTROL SHAFT 
230A~SA = RF ALIGN;REPL TUBES,PISTONS;MOD;ADD OPERATING PRECAUTIONS + Senuace INFORMATION 
230A-6 Eos REPL 00230-60024 CAPACITOR. PISTONS . 
230A-7 OCcT68 ILLUSTRATED PARTS IDENTIFICATION 
2308 : OPER & SERV MAN AUG69. 00230-90039 JUN83 00230-90042  8L 01 21-01 
MAN: CHANGE J AN72. 00230-90039 
2310C . SERV NOTE SET. BELOW MAY78 
. QBVVAS1 : MAY71 WA 2311A SUBSYSTEMS SOFTWARE REFINEMENTS 
12723A=1 ae JAN73 MIMZVERTER. SERVICE KIT. 
2SttA SERV NOTE SET BELOW MAY78 
2311A-1 MAY71. WA 2311A SUBSYSTEMS SOFTWARE REFINEMENTS 
12723A~1 “ GANZ3 MINIVERTER SERVICE KIT : 


CRV. MUTE SET BELOK he es  MAYT8 ies 
219B-1A DEC67 WO REC REPL FOR CR702 + CR706 


OPER & SERV MAN AUG69 00219-9006 ——APR71.00219-9005 —01 02 02 
“OPER & SERV MAN -JUN65 00022-91327 ocT74 00022-90057 01-11 01 
“SERV NOTE SET BELOW 
220a-1 


— MAY78 ee ei fae 
MAR69 WO. SER BELOW 909-00326.0UTPUT. SATURATION MODIFICATION 
. OPER NOTE JAN71 00221-90902. ; FEB72 o0221-90802 01 08 01. 

-CPER NOTE CHANGE JAN72 00221-90902 


SERV NOTE SET BELOW : 
22tAc1 = 0 SER BELOW 927"00161. MOD ren IMPR PERF 


SERV NOTE SET BELOW MAY 


2312A SERV NOTE SET BELOW... MAY78 
ae e311 A-1 MAY71 WA 2311A SUBSYSTEMS SOFTWARE REFINEMENTS 
ee ; .. SANT3 _MINIVERTER SERVICE KIT. 


232 OPER & SERV MAN SEP81 03497-90012 --NOVB1_03497-90062* BL 01 09 02 USE 3497A FICHE 03497-90065 
2328 =~ —s«OPER & SERV MAN JUN64. 232A~900 JUL7S 232A-950 01:09 01 


19/08/85 Le Be ey eo ee ee Aes Bide: feo Base ane 


11/08/8 
MODEL 
NUMBE 


| 33048 


| 3305a. 


331A 


44 /NR RE 


/ PAGE 93 


RIPTION wine 


4 
B % 


N CONTROL 
UP 


SER 963- 

iR BELOW 1415A. 
MOD. TO IMPR 
183C);SER 
‘0400114, 183D . 
‘0. IMPROVE 

‘ING 180 SERIES 


PAGE 94 


i TW VENT NVI VE? DELYVA 


2311A-1 MAY71 WA 23114 SUBSYSTENS SOFTWARE REFINEMENTS 


os 12723A-1 JAN?S. MINIVERTER SERVICE KIT 
231A SERV NOTE SET BELOW MAY78 
i MAY? WA 2311A SUBSYSTEMS SOFTWARE REFINEMENTS 
= 272sAv1 - SAN?73-—sMINIVERTER SERVICE KIT 
2312A - SERV NOTE SET BELOW MAY78 . 
2311 A-1 MAY71 MA. 2311A, SUBSYSTENS SOFTWARE REFINEMENTS 
12723A-1 , JAN73 MINIVERTER SERVICE KIT 
232 OPER & SERV MAN. SEP81._03497-90012 NOV81 03497-90062" 8L 01 09 02 USE 3497A FICHE 03497-90065 
232k - OPER & SERV MAN JUN61. 232A~900 JUL75 232A~950 01 09 01 


11/08/85 | : PASE. 108 
MODEL 0 LITERATURE H/C H/C paRe » FICHE FICHE PART. M PD f 
~ NUMBER Cc TYPE DATE BER DATE MBER 


NUM T bot. Vv 
: tte DESCRIPTION #1 DESCRIPTION #4* DESCRIPTION #4# DESCRIPTION tte DESCRIPTION we 
‘232A MAN CHANGE 8B JAN63 232A-900 JUL75 232A-950 01 09 01 


“INSTRUCT MAN | JANS6 d0232—90015 OCT80 00232-91001 8 01 34 01 

MAN CHANGE 0CT73. 00232-90015 i 
SERV. NOTE SET BELOW APR79 : 
232A-4 OCT73 WN ALL SER.MOD TO CONV [ROM 20 TO. 40 CHANNELS.SUPER 232A-1,-2,73. 


233A =—S—s=é‘“‘it«é‘“«C PER SERV MAN ~~ NAY61 2330-910. -—sAPR7’1._ 233A-960 01 09 01 
MAN. CHANGE JANG4 233A-910 

MAN CHANGE 8 “JUN62 233A-910 
INSTRUCT & OPER RAN JULS2 234A-SO1A 
INSTRUCTION HAN JANOO (0235-90501 


OPER & SERV MAN _DEC76_ 00236-90006 - 
SERV NOTE SET BELOW 


~Aue72 5080-5651 8L_-01-09 01 
_ JUN72 00235-90502. -—-01. 21:-«G2. 
| Fee7? 00236-90056 8L 01 09 02 


. 236A/AH=1 nae NOT AVAILABLE. 
236A-2 AUG76. WA SER 1107A06376 TO 1107A06773.PWR SWITCH REPAIR =: 
236A-3 JUL77 WA. SER 1107A06375 & BELOW. IMPROVED PINS ON A~1. BOA 
236A~4 AUG8O WA APPROX SERS .1197A07800 TO 1107A08100. FRONT coven oD TO PROPERLY TURN INSTR OFF WHEN 
CONTD COVER IS. INSTALLED 


236A-H01 OPER & SERV MAN SEP70 00236-90003 ——-JUN75 00236-70053. «0109 01 
MAN. CHANGE MAY74 00236-90003 


239A OPER & SERV. MAN APR78 00239-90000 JUN78 00239-90050 8L 01 09 02° 
SERV NOTE SET BELOW ocTso 
239A-1 DEC78. WA SAFETY.SER 1854A00100 THRU 1814A00226. PROC FOR CORRECTION OF WIRING OF GROUND 
CONT'D SELECT SWITCH. 
239A~2 DEC78 WA SER 1814400100 THRU 1814A00231. PROC FOR CORRECTION OF AMPLITUDE INSTABILITY. 
239A~3 - JUL8O WA SER 1814A00805 & BELOW.SOLUTION TO INADEQUATE FREQ VERNIER OVERLAP 


240A _ OPER & SERV MAN DEC6S 00240-90010 JANS2 5951-6467 8L 01 27.01 


2401A =si‘(iséPER SERV MAN JUL63 02401-9029 AUG75 5080-5794 BL 01 22 04 
BACKDATING SUPP DEC63 02401-9029 


24018/C SERV NOTE SET BELOW MAY78 
2401B/C~1 - NOT AVAILABLE 
24018/C~2 NOV65 24018 SER 444-01536 + UP.2401C SER BELOW 526-00221.CHANGE RESIST VALVE TO STOP 
CONT'D OCCAISIONAL HANGUP OF DY-2010 SYSTEM 
2401C-3 APR66 SER BELOW 605~.MOD STOP CHANGES IN DISPLAY DURING RESET 
24010-4 SEP67 WA SER BELOW 739-.ADD RESIST ASSURE apeoenle PRINT COMMAND WHEN DRIVING 2116A COMPUTER: 
2401C=5 NOV67 WO SER BELOW 735-.PREF REPL LINE FILTE 
24010-6 JAN68 WO SER BELOW 739-.MOD STOPS OSCIL + av POWER SUPPLY (CAUSING +2 NOISE COUNT) 
2401-7 OCT68 WO OSCIL POWER SUPPLIES 
2401€-8 OCT68 WA SER BELOW 751-02187 MODEL 2401C-K31. MOD STOP AUTO-RANGE FAIL AT HI AMBIENT TEMP 
2401C~9 JUN69 YO SER BELOW 811-02568.REC TRANS REPL 
2401C€-10 OCT70 WO SER BELOW 1020A02897.RES REPL. TRANS. A44Q5 


2401A/B/0-14/2402A~ MAY71 WN INST STORAGE PRECAUTION 
5/2411A-1/2460A-4 


SERV NOTE SET SELOW MAY78 
2h02A-2 mee ALL SER.POS DAMG TO MOTHER BOARD tHEN USING FREQ OPT TO MEAS LINE FREQ.NOT AVAILABLE 


2402-3 ln CHOPPER ASSEMBLY PN CHANGE.NOT AVAIL. 


11/08/85 ee 
MODEL. 0. _ LITERATURE H/C H/C PART ~—sFICHE.-s«»FICHE PART & POD P oe 2 aie ae 


oe 


| 41708785 
MODEL 


NUMBER 
33108 


331A 


S312A 


33144 


332A 


11/08/85 


) IMPROVE 
ING 180 SERIES 


PAGE 94 
IPTION wie 
2402A 


241A 


24104 
26108 
24114 
245¢ 


2450 
24604 


25A 


250A 


2508 


pace 95s] sd 11708785° 
MODEL 
NUMBER oc 


TION: trek 


 2402A-3 = CHOPPER ASSEMBLY PN CHANGE.NOT AVAIL. 


11/08/85 
MODEL 
~_ NUMBER 


24704 


2470A-2 SEP67 WO SER BELOW 732-.4OD STOP OSCIL LO TEMP 

2470A=3 OCT68 WO OSCIL TURN-ON + LO AMBIENT TEMP 

2470A~4: OCT68 WA MOD SPEEP UP OVERLOAD RECOVERY 

2470A-5 woos IMP RIPPLE + REGLTS FOR +18 VOLT SUPPLY.HOT AVAILABLE — 
2470A-6 NOV68 WO MOD RED PWR SUPPLY RIPPLE 

2470-7 SEP69 WA MAN CORREC PREAMP INT ZERO SETUP 


SERV NOTE SET BELOW 
‘250A~1 


— 2508-2.  SEP69 WO SER 737.M0D TS PREVENT POWER SUPPLY TURN ON SURGES 


a ee SEP67 WA SER BELOW 739-. ADD RESIST ASSURE ADEQUATE PRINT COMMAND WHEN DRIVING 2116A COMPUTER 


24010-5 NOV67 WO SER BELOW 735-.PREF REPL LINE FILTER 

2401-6 JANG8 WO SER BELOW 739-.MOD STOPS OSCIL + Hav POWER SUPPLY (CAUSING +2 NOISE COUNT) 
2401C-7 : _ OCT68 WO OSCIL POWER SUPPLIES 

2401C-8 OCT68 WA SER BELOW 751-02187 MODEL 2a01c-¥8. MOD STOP AUTO-RANGE FAIL AT HI AMBIENT, TEMP) 
2401C~9 -JUN69 YO SER BELOW 811-02568.REC TRANS R 

2401C-10 OCT70 WO SER BELOW 1020A02897.RES REPL TRANS A4S4Q5 


 2401A/B/0=11/2402A— MAY71 WN INST STORAGE PRECAUTION. 


‘5/241 1A-1/2460A-4 


SERV NOTE SET BELOW  BAY78 
2402A-2 = ALL SER.POS DAMG TO MOTHER BOARD HHEN USING FREQ OPT TO MEAS LINE FRE@.NOT AVAILABLE | 


: PAGE 109 }-91/08785 
LITERATURE H/C. H/C PART FICHE FICHE PART # P p P : MODEL 
TYPE DATE NUMBER DATE NUMBER. LT : NUMBER 
kik DESCREPTION kkk DESCRIPTION 4H DESCRIPTION tokk DESCRIPTION tke DESCRIPTION #e 
2402A~4 NOV69 WN FIELD INSTALLATION OF OPT 11.SUPER 2402A-1 ae ee Dei a noe ee: 
» 2401A/8/C-11/2402A~. MAY71. WN INSTRUMENT STORAGE PRECAUTION aoe ‘33204 


5/2441A-1/2460A-4 
2402A~6 MAY71 WN BUFR AMP FAIL & OVLD RECOVERY TIME 


OPER & SERV MAN DEC72 00241-90005 FEB73. 00241-90055 01 09 02 
SERV NOTE SET BELOW APR79 
241A~1 FEB65 SER BELOW 324-00929.IMPR STAB: TIME 


241A-2A-S APR76 WN SAFETY.SHOCK POTENTIAL REVISIONS 

SERV NOTE SET BELOW MAY78 

2410A~1 NOV65 REPL OF AC/DC CONVERTER ASSY 

2410-2 JAN68 WN SER BELOW 750-01216.PREF REPL FOR K23 


SERV NOTE SET BELOW MAY78 
2410B-1 JAN6B WN SER BELOW 750-01216.PREF REPL FOR K25 
SERV NOTE SET 8ELOW MAY78 


2401A/B/C-11/24028- 
5/2411A~1/2460A-4  MAY71 WH INSTRUMENT STORAGE PRECAUTION 


INSTRUCT MAN JUN63 00245-90012 WOV77 5951-6204 8L 01 21.01 
INSTRUCT MAN JUN63 00245-90012 NOV?7 5951-6204 &L 01 21 01 
SERV NOTE SET BELOW MAY78 

2460A~1 SEP63 SER BELOW 00166.CHOPPER AMP BRD MOD 
2460A~2 - MOD TO. 2460A CONNECTOR KIT 

2460A-3 - NOT AVAILABLE 


2401A/8/6-11/2402A- 
5/2471A-1/2460A-4 MAY71 WN INSTRUMENT STORAGE PRECAUTION 


SERV NOTE SET BELOW MAY78 
2470A~1 AUG67 SER BELOW 644-.MCD RED ZERO DRIFT 


OPER & MAINT MAN JANOO 00025-91339 OCT74. 00025-96059 01 11.01 
MAN CHANGE. FEB66 00025-91339 ; 


OPER & SERV MAN SAN64 00250-90033 OCT70 00250-90040« 01.21 01 USE Bah FICHE 5951-6205 
INSTRUCTION MAN JAN6& 00250-90033 ne 5951-6205 &L 01 21 02 

TEST & ALIGN PROCDS JANOO NONE wav76 

= SHAFT STOP MODIFICATION 


OPER & SERV MAN MARGE 90250-90037 - FEB85 slendeidctge BL 01 21 02 
MAN CHANGE DEC?? 00250-90037 . 


SERV NOTE SET BELOW MAY78 
2508-1 APRS WO RF TRANS REPLACEMENTS 


PAGE 110. | 9408/85 
MODEL 


LITERATURE sos H/C CC PART FICHE FICHE PART NM PD OP See : : 
TYPE —s*DATE. «NUMBER DATE == NUMBER. «LT V6 NUMBER 


o Fetek DESCRIPTION keke DESO TPTTION sek RECCDTPTTAN ace NECreTOT TAM aaa ArerbrortAn aca” 


250A ~ OPER & SERV MAN JAN64 00250-90033 - OCT70 00250-90040* 01 21.01 USE 250A FICHE 5951-6205 
INSTRUCTION MAN JAN64 00250-90033. . NOV78 5951-6205  @L-01 21 02 
TEST & ALIGN PROCDS JANOO NONE ; 
SERV NOTE SET BELOW MAY78 | 
250A—1. oe SHAFT STOP MODIFICATION 


2508. — OPER & SERV MAN MAR68 00250-90037 FEB85 00250-90047 8L 01 21 02 
MAN CHANSE DEC?77 00250-90037 

SERV NOTE SET BELOW MAY78 | 

2508-1 APR69 WO RF TRANS REPLACEMENTS 


2508-2 SEP69 WO SER 737.M0D TO PREVENT POWER SUPPLY TURN ON SURGES 


PAGE. 95 


11/08/85, PAGE 110. 1108/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M P DP rae ARS | 
ae NUMBER c TYPE PATE NUMBER DATE NUMBER LT V6 eae f MIMBER 
TION, tet kek DESCRIPTION *** DESCRIPTION *%* DESCRIPTION **% DESCRIPTION *k DESCRIPTION *** 
fe 33254, 
2509A SERV NOTE BELOW ~ MAY78 ; 4 
2509A~ AUG65 SER BELOW 433~-MOD TO CORREC TIME ERROR CIRCUIT FAILURE 
2545A SERV NOTE SET BELON MAY7. 
2545-1 - NOT AVAILABLE ee : peels sas 
» 2545a-2 - NOT AVAILABLE | 3325A~E04. 
2545k-3A——s*=<—*‘«‘ AYO” SER SELOW AO5-.REMOVE CAPACITOR TO ELIM INTERMITTENT EXTRA CHARACTERS (ZEROS) 
 B5ABAA JUN65 “SER BELOW 405-00092.MOD EARLY 2545'S FOR COMPAT WITH 24018 INTEGRAT DIGITAL VOLTMETR 3326A 
2545¢ SERV NOTE SET BELOW : MAY78 eas : aos 333A 
2545€-1 MAY67._—- LUB INSTRUCT FOR BRPE=11 TAPE PUNCH 
— 2545c-2 FEB69 WN ILLUST PRTS LISTING CEC 500 SERIES DRIVE UNIT 
2546 SERV NOTE SET BELOW i MAY78 
2546-1 SEP67 WN PROC READ 200" BPI TAPE RECORD, CHARACTER BY CHARACTER 
25474 SERV NOTE SET BELOW ie MANZE Oe, 
2547A-1 ‘NOV68 WO AT2 REV CODE E~747-6.MOD IMPR REL. 
2547A-2 FEG69 WA A16. REV CODE BELOW E-747-6. ERRONEOUS CHARACTER REC 
2547A-3 JUL71 WO INCORREC DATA TRANSFER. 2570/2575A COUPLER CONTROLLERS 
2570A SERV NOTE SET BELOW MAY78. 
2570A~1/2575A~1 DEC70 WN SPECIAL WARMING WHEN REMOVING CALCULATOR I/0 CARD FROM 2570A OR 25754 COUPLR/CNTRL 
2570A-2/2575A~2 DEC72 WN REPL PHOTON COUPLD GIODES 
25754 SERV. NOTE SET BELOW MAY78 | 
2570A~1/2575A~1 DEC70 WN SPECIAL WARNING WHEN REMOVING CALCULATOR 1/0 CARD FROM 2570A OR 25754 COUPLR/CNTRL 
2570A~2/2575Ae2 DEC72 WN REPL PHOTON COUPLD DIODES 
25908. SERV NOTE SET BELOW AY78 
- 2590B-1A HAY67 SER BELOW 710--KOD RED 30 MHZ SIGNAL AT AUDIO OUTPUT JACK 
260A INSTRUCTION HAN JANOD 00260-90018 JUL73 00260-90021 04 21 02 
MAN. CHANGE FEB73 @260-90018 
SERV NOTE SET BELOW MAY78 
260A=1 - ALL SER.PWR SUPPLY MOD TO RED INPT CONDUCTANCE 
275A, INSTRUCT MAN JUN60 00275-90007 JAN82 00275-90008 8L 01 21 01 — 
: A 
28018 OPER & SERV MAN JAN69 02801-9039 NOV77 02801-98039 8L 01 38 03 
MAN CHANGE JAN77 02801-9039 
SERV NOTE SET BELOW ocT78 - 
2801A-1 AUG76 WN ALL SER.CHNG THER CELSIUS TO F. 
2801A-2 AUG76 WN ALL SER.CHNG THER F. TO CELSIUS 


2802A OPER & SERV MAN JUN7? 02802-90004 NOV7?7 02802-90005 SL 01 38 01 
SERV NOTE SET. BELOW ocT78 
2802A~1 JUL75 WA ALL SE2.MOD TO PREVENT DIFF IN READINGS~NORMAL & EXPANDED RANGES 
22C2A-2 JAN76 WN ALL SER.18641A,18642A,18643A PROBE LKG AT HI HUMIDITY 


28023A SERV NOTE SET SELOW MAY? 
; 28023B-1A - NOT AVAILABLE 


SERV NOTE SET BELOW MAY78 


28035A 


PAGE 96 | 41708785 Po BED EME ee ae : eee : PAGE 111 149/08 /85 
EASEOe ep Pe MODEL 0 LITERATURE H/C “He PART. FICHE — FIGHE PART mM POD p poe : me : MODEL 

ope NUMBER. Cs, TYPE DATE NUMBER. DATE MBER LT V. : a NUMBER 
TION wie eA eee oe ae Riiod DESCRIPTION. Liat ‘DescRIPTION cialal " DESCRIPTION ee "DESCRIPTION » tick DESCRIPTION wee = 


naeaaAawe «. “a ree. p+ mwam@ae. a ee ack ee ea ee a Dee eg aa catenin eee, or bak cee os see 


28023A 


11/08/85 
PAGE 96 (08/85. 
NUMBER 


ION kkk 
a 28035A 
28036A 


28037A 


280390 


28040, 


28048A 


280840 


281A 
2818 


28118 


~ 287138 


2873¢ 
TTINGS 


2813D 


S FULL CW 


| 2816A 


2901A 


“pase 97 | ~s«s 11708785 
PAGE YE | MODEL 
mas NUMBER 


I. 29118 


280358 


‘SERV NOTE SET BELOW 
2901A-1 


25018 ~ SERV NOTE SET BELOW 
2918-1 


“SERV NOTE SET SEIOU pibuwt Scena wavrn. er 


rp het SS Rep me fee See ee Ee Ree ey eee mi Re Ree ee, Ee eee ee ee. ee, ee a on, 


OPER & SERV MAN JUN77 02802-90004 RONET Repde 20005 8L 01 38-01 
SERV NOTE SET BELOW cT7s 

2802A~1 JUL75 WA ALL SE3.MOD 10° PREVENT DIFF IN READINGS-NORMAL & EXPANDED RANGES 
2802a-2° JAN76 WN ALL SER. 18641, 18642A,18643A PROSE LKG.-AT HI HUMIDITY eee 


SER ads SET BELOW MAY78 
28023 ; NOT AVAILABLE 


SERV NOTE SET BELOW MAY78 


ec 


ssviie | PAGE 114 49708785 
LITERATURE H/C. H/C PART FICHE FICHE PART M P OD P MODEL 
TYPE DATE. NUMBER SATE NUMBER LT Y NUMBER 
wkk DESCRIPTION ** DESCRIPTION *%% DESCRIPTION +k DESCRIPTION * tek DESCRIPTION ick = 
- 28035A-1 JAN74 > ALL SER-REC SPARE PARTS FOR THREE LEVELS OF REPAIR. S330A 
SERV NOTE SET BELOW MAY78 ee). 
-28036A-1 DEC73. — ALL_SER.REC SPARE PARTS FOR THREE LEVELS OF REPAIR 
“SERV. NOTE SET BELOW MAY78 : 33308 
28037A-1 SEP73 ALL _SER.REC SPARE PARTS FOR THREE LEVELS OF SYSTEM REPAIR 
SERV NOTE SET BELOW MAY78 
28039A~1 JUN74 ALL SER.REC SPARE PARTS FOR THREE LEVELS OF REPAIR 
OPER & SERV MAN {L80. 02804-90001 AUG84 02804-90002 8L 01 02 03 
MAN CHAN JJL83 02804-90001 
SERV NOTES SET BELOW APR8O 
2804A-1 DEC78 WO SER 1744A00277 & BELOW.MOD TO CORRECT EOI LINE WITH HP~18. 
2804A-2 AUG79 WA ALL SER.MOD TO PREVENT RANDOM RESET 
2804A-3 SEP79 WN ALL SER.INSTRUCTS FOR FIELD INSTALL OF OPT 010 CHP=i8) 
SERV NOTE SET BELOW MAY78 
28048A~1 OCT73 ALL SER.REC SPARE PARTS FOR THREE LEVELS OF SYSTEM REPAIR 
SERV NOTE SET BELOW MAY7 
28084A-1 - NOT AVAILABLE 
28084A-2 - NOT AVAILABLE 
OPER NOTE FEB73 00281-90016 MAR73 G0281-90017* 01. 04 01 USE 281A FICHE 00281-90042 
OPER & SERV MAN JUL80 00281-90041 OCT#D 00281-90042* 8L 01 04 01 USE 281A FICHE 00281-90046 
OPER & SERV MAN MAR84 00281-90045 MAY84 00281-90046 8L 01 04 01 sist 
OPER NOTE FEB73 00281-90016 MAR73 00281-90017* 01 O04 01 USE 2818 FICHE 00281-90042 
OPER & SERV MAN JUL80 90281-90044 OCT8O 00281-90042* 8L 01 04 01 USE 2818 FICHE 00281-90046 
OPER & SERV MAN MAR8S4 00281-90045 MAY84 G0281-90046 8L 01 04 01 eneiic 
OPER & SERV MAN NOV76 02811-90031 SEP84 02811-90032 8L 01 02 02 
MAN. CHANGE JUN84 02811-90031 
SERV MAN AUG77 02811-90043 JUL84 02811-90044 8L 01 38 01 333308/C 
OPER NOTE APR75 02811-90039 APR85 02811-90040 8L 01 38 01 
OPER & SERV MAN —s- MAYB4_: 02813-90067 JUL84 02813-90068 8L 01 02 03 ‘3335A 


OPER & SERV MAN FEB85 02813-90063 MAY85 02813-90064 8L 01 02 03 
MAN SUPP ‘ FEB85 02813-90065 MAY85 02813-90069 8L 01 02 01 


OPER & SERV MAN FEB85 02813-90063 MAY85 02813-90064 8L 01 02 03 
MAN. SUPP FEG85 02813-90065 MAY85 02813-90069 8L 01 02 01 


‘N 


SERV NOTE SET BELOW cT78 
2816A~1 FEB77 WO SER BELOW 1312400161. POT PWR SUPPLY OSC PROBLEM 
2816A-2 FEB77 WO SER BELOW 1312A00186.IMPR IN OUTPUT WAVEFORM TO PREVENT DOUBLE-COUNTS 


AY?S 
SEP67 WO. SER BELOW 534-0298. MOD STOP ACCIDENTAL CHNL SKIP DUE TO NOISE 


MAY78 once ek 
SEP67 WO SER BELOW 534-00298.MOD STOP ACCIDENTAL CHNL SKIP DUE TO NOISE. 


: ee pd ak Paes” WARES ; oe PAGE 112. | ~——s«|: 71/08/85 
LITERATURE we H/C PART FICHE FICHE PART MP D e | erect LD wODEL 
TYPE. -—sdDATE.~=——CWNUMBER-—s«éDATE~—~—~*«*WNUMBERsdLCST? oe NUMBER 


kt DESCRIPTION kkk DESCRIPTION aa ‘DESCRIPTION whe DESCRIPTION eek DESCRIPTION + tek : 
33350 


2901A 


2901B 


11/08/85 
MODEL 
NUMBER 


PAGE 97 


DN doe 


| 29118 


38 X-Y REC 


300A, 


PAGE 98. 41/08/85 
MODEL. 
ies NUMBER 
Peri a ae 


 2930A-3 


» OPER & SERV MAN 


» 302A<5 


oO. 
C 


FEB77 


2816A-2 _ FEB77 


SERV NOTE SET BELOW 
2901-1 SEP67 


SERV NOTE SET BELOW 
29018-1 


SEP67 


LITERATURE 
TYPE 


SERV NOTE SET BELOW 
2911B~1 

2911828 
29118-3 


SERV NOTE SET BELOW 
29110=1 : 


AUG65 
_ SUNGS 
APR67 
JUN6S 


SERV NOTE SET BELOW 


-2922k-1 ~~ SEP70 


SERV NOTE SET BELOW 
2930A~1 
2930A-2 


DEC69 
SEP70 
NOY72 
MAR73 
JUN74 


2930A-4 
12722A~2 


SERV NOTE SET BELOW 
29400-1 
29400-2 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
SERV NOTE SET BELOW 
38-1 


MAY74 
OCcT74 


SEP68 
NOV6S 


FEB66 


FEB66 
NOV55 
OPER & SERV MAN OcT72 
MAN CHANGE JUL?5 
OPER & SERV MAN JANOO 
SERV NOTE SET BELOW 

302A-18 MAR74& 
MAR64S 


SUL71 
JUN74 


SERV NOTE SET BELOW 
3029~1 
3029-2 
3029-3 
3029-4 


SERV NOTE SET BELOW 
3030-1 


MAR6? 


3030-5 


LITERATURE H/C 

"TYPE | DATE 
3030-6 SEP? 
3030-7 -OCT67 
3030-8 MARGB 


WO SER BELOW 4312400161. POT PWR SUPPLY OSC PROBLEM 
WO SER BELOW 1312A00186. TMPR IN OUTPUT WAVEFORM: TO PREVENT DOUBLE-COUNTS. 


AY78- 
WO. SER BELOW 53400298. MOD. STOP ACCIDENTAL CHNL SKIP DUE TO NOISE 


PAGE 112 
H/C PART FICHE FICHE PART MP y P 
NUMBE 


NUMBER DATE R LT G 
eke DESCRIPTION **% DESCRIPTION *** DESCRIPTION *kK DESCRIPTION stk DESCRIPTION seik 


wie MAY78 
SER BELOW 437-.MOD ASSURE PROPER TIMED START 
SER BELOW 509-.MOD STOP RANDOM CHNL SKIPPING 
SER BELOW 630-00243.HOD PERMIT REMOTE STARTING + RESETTING WHEN OPER 2515A SCANNER 


MAY78 
MOD ELIM FAULT SKIP CODE 


MAY78 
SER BELOW 822-00148.MOD TO INCREASE REED HOLDING CURRENT 


MAY78 
RUNNING TIME. INDICATORS 
SER BELOW 101GA.MOD ENCODE + FLAG CONTROL GOARD, A20 
ALL SER.REPL PHOTON COUPLD DIODES aA19 
SER 1118A00141 TO 1118A00160.MOD TO. STCP ERRONEOUS OVERLOAD 
ALL SER.UPDATE OF SERV KIT.SUPER 1272 2A-1 


oct79 
INSTRUMENT SLIDE FAILURE, 
INSTRUMENT SLIDE ALIGNMENT 


00297-902 FE878 00297-952 
00297-902 


06003-91330 


8L 01 G9 01 


FE881 5951-6450 8L 01 11 01 


MAY78 
ILLUSTRATED PARTS IDENTIFICATION 
300A-910 FEB84 3004-966 8. 01 09 02 
90302-90005 FEB85 00302-90055 81.01 09 03 


00302-90005 
00302-92004 rite 00302-98004 St 01 43 01 
MA 
WO ALL SER.CRYSTAL FILTER TUNING 
SER DOWN 412-03776,EXCPT SER 149.MOD FOR USE WITH GROUNDED INPUT RECORDERS 
ILLUSTR PRTS IDENTIFICATION 
WO SER BELOW 741-05976.PILOT LAMP REPL 
WO ALL SER.CRYSTAL. SLIT REPLACEMENT 


MAY78 
SER BELOW 130.PROC STOP VACUUM KOTOR BURNOUT 
SER BELOW 130.MOD IMPR LIFE EXPEGT OF OPER CNTR PANEL DENSITY LIGHTS. 
SER BELOW 130.MOD ELIM HEAD COVER INTERFERENCE 
ALL SER.ADJ REWIND J06 MULTIPOTENTIOMETERS 


MAY78 
- SER. BELOW 251.PROC STOP VACUUM MOTOR BURNOUT 
SER BELOW 237.M0D IMPR LIFE EXPECT OF OPER CNTRL PANEL DENSITY LIGHTS 
SER BELOW 241.MOD ELIM HARD COVER INTERFERENCE 
ALL SER.ADJ REWIND J06 MULTIPOTENTIOMETERS 
ALL SER.ADJ RED AMP GAIN SETTING 


H/C PART FICHE FICHE PART MP DP 
"NUMBER —_«~DATE NUMBER. =oL T 
‘ei DESCRIPTION #t# DESCRIPTION ##s DESCRIPTION tik DESCRIPTION thick DESCRIPTION eke 
SER BELOW 290.MOD STOP DROP. REWIND STATUS 


SER BELOW 322.MOD STOP NOISE REW 
SER BELOW 330.M0D IMPR TAPE STOP IND Oe 


AY78 oe 
WO SER BELOW 534-00298.MOD STOP ACCIDENTAL CHNL SKIP DUE TO NOISE i | 


PAGE 113 


“1/08/85 
MODEL 
NUMGER 

3335 

3335A-10A 


' 3336A 


3336A/B/C 


11/08/85 
MODEL 
NUMBER | 


bs BAA 


920 


AGE 9B 


| tek 


3030 


"19/08/85 
MODEL 


NUMBER - 


3030 


| 3040a 


3041A 
3042A 


3042-121 
soa2a~122 
3042A-123 
3042A-124 
3043A 


3044A 
3045A 


S046A 


30468 
S047A 


11/08/85 
MODEL 


NUMBER 


3047A 


WAL. Kes 


0=1 
3030-2 APR67 
3030-3... APR67 
3030-4. MAY67 
3030-5 ~ . AUGE? 


LITERATURE H/C - 

TYPE DATE 

3030-6 SEP67 

3030-7 -, OCT67 

3030-8 MAR68 

3030-9. KPR68 
3030-10 = 

3030-11 SEP68 
3030-12. = 

3030-13 AUG69 

OPER NOTE. MAR75 


OPER NOTE. . . APR83 
OPER NOTE ocT72 


PROG & SERV MAN SEP72 
SUPP B OFTS 121/122 AREA 


INSTALL M 


OPER & PROG MAN FEB77 
SYS PRE=STUDY MAN. AUG76 


. OPER G PROG MAN JUL79 


SERV NOTE SET. BELOW 
3042A~1 NOV76 
3042A-2 JUN8O 


PROG & SERV MAN EP72 
SUPP 8 OPTS 121/122 APRTA 


PROG & SERV MAN SEP72 
SUPP 6 OPTS 121/122 APR74 


PROG & SERV MAN APR74 
MAN CHANGE JAN76 


PROG & SERV HAN APR74 
NAN CHANGE JAN76 


PROG & SERV MAN JAN74 
PROG & SERV MAN JAN74 


OPER NOTE JANOO 


“INSTALL MAN APR76 


OPER & PROG MAN SEP76 
REV PAGES NO 1 MAR??? 


“REV PAGES NO 2 JAN78 


REV PAGES. C NOV78 
SYS PRE“STUDY MAN. AUG76 
SERV NOTE SET BELOW 

‘BO4S5A-1A JUNBO 


OPER MAN NOV81 


OPER MAN ~~ NOVB1 


SYST INSTALL MAN NOV81 


LITERATURE ‘H/C 
TYPE DATE. 


“MAN CHANGE = ——sCMAYB2 ( 
SYS OPER MAN ss ANB 
SYS REF MAN = «ECB 


fied dh dies > (eins pele ws BF Pi ed rape tatciat 


——— ele Or a Ow SE nS Ea WE ae EF be 


MAY78 : 
' SER. BELOW. 251.PROC STOP VACUUH MOTOR BURNOUT 
SER BELOW 237.MOD IMPR LIFE EXPECT OF OPER Salles PANEL DENSITY LIGHTS — 
SER BELOW 241.MOD ELIM HARD COVER. INTERFEREN 
ALL SER.ADJ REWIND J06 MULT IEG TENTIOWETERS 
ALL SER.ADJ RED AMP GAIN SETTING 


H/C PART 
NUMBER _DATE 

ski DESCRIPTION ste 
SER BELOW 290.MOD 


PAGE 113 


FICHE FICHE FART M POD : 
AT NUMB 


SER BELOW 322.MOD STOP NOISE REWIND 


SER: BELOW 330.M0D IMPR TAPE STOP TIME 
DEC VACUUM SYSTEM BACK PRESSURE 


SER BELOW 384. MOD 
NOT AVAILABLE 


ERASE HEAD ADJ PROCEDURE 
NOT AVAILABLE 
SER BELOW 846.M0D IMPR FRONT DOOR 


03040-90002 
03040-90003 


03041-90000 


03042-90010 
03042-90030 
6 03042-90203 
03042-90204 
03042-90207 
03042-90244 


‘MAY75 03040-90052* 01 


JUN83 03040-90053 8. 01 
APR73 03041-90050 01 
JUL74 03042-90050 01 
vcr mgs a a 


JUL77 03042-90252 8L 01 
NOV79. 03042-90253 8L 01 
ocT80 


WN ALL SER.3042A WITH 9830A CONTROLLER IMPR 


WN ALL SER.TRBLSHTNG TIPS FOR SWEEP PROBLEMS 


03042-90010 
03042-90030 


03042-90010 
03042-90030 


03042-90036 
03042-90036 


03042-90036 


03042-90036 


03043-90000 
03043~90030 


03044-90000 


03042-90203 
03045-90203 
03045-90203 
03045-90203 
03045-90203 
03045-90206 


WN ALL SER.TRBLSHTNG TIPS FOR SWEEP PROBLEMS 


03046-90000 
03046-90000 
03047-90001 


H/C PART 


FICHE 


JUL74 03042-90050 01 
JUL74 03042-90050 01 
AUG77 03042-90056 8L 01 
AUG77 03042-90056 81 01 
JUL74 03043-90050 01 
FEB85 03044-90050 8L 01 


DEC76 03042-90250. 8L 01 
MAR79 03045-90250 8L 01 


JUL77 03045-90251 BL 01 


09 


09 


09 


09 


09 


09 


09 
09 


09 


LTV 
DESCRIPTION bakaiad DESCRIPTION tke DESCRIPTION ek DESCRIPTION eee 
STOP DROP REWIND STATUS 


7 USE 3040A FICHE 03040-90053 


01 
02 


01 

02 USE 3042A FICHE 03042-90253 
02 (9825 CONTROLLER) 

03 (9825A CONTROLLER) 

SYSTEM VERIFICATION PROGRAM 

02 

02 

01 (9830A CONTROLLER) 


01 (9830A CONTROLLER) 


01 


01 
02 (9825A CONTROLLER) 


G2 (9825A CONTROLLER) 


DEC81. 03046-90050. 8L.01 09 04 
DEC81 03046~90050 8L 01 09 04 
JUL82 03047-90051 8L 01 A1 01 


PAGE 114 
FICHE PART MP P 
NUMBER 


NUMBER DATE LT 
tht DESCRIPTION *** DESCRIPTION ielaiel DESCRIPTION. eke DESCRIPTION tick DESCRIPTION tech 


03047-90001 
03047-90002 - 
05047570005 


JUL82 03047-90051 BL 01 A1 01 
DEC82 03047-90052 8L 01 Al 04 
- DEC82 03047-90053 8L 01 A1 06° 


11/08/85 
~ MODEL 


14/08/85 

- MODEL 0 
NUMBER oC 
“34008 


a = om oe, 


eg eee UR ng lea ty te Tht gece ee eee eee eee ET ee ee ee 


| OPER MAN NOV81 03046-90000 DEC81 03046-90050 8L 01 09 04 
she OPER MAN - NOV81. 03046-90000 DEC81 03046-90050 8L 01 09 04 


SYST INSTALL MAN NOV81 03047-90001 -JUL82 03047-90051 BL 01 A1 01 


11/08/85 ere PAGE 114 1949/08/85 
MODEL 0 _ LITERATURE H/C H/C PART FICHE FICHE PART # P dP i a MODEL 
NUMBER si "TYPE DATE —-—sCNUMBER DATE NUMBER) V6 NUMBER 

*kk DESCRIPTION ***% DESCRIPTION *&** DESCRIPTION ake DESCRIPTION kik DESCRIPTION kk 
3O47A MAN CHANGE MAY82 03047-90001 JUL82 03047-90051 8L 01 A1 01 oe ~[ 1 34004 
SYS OPER MAN JAN82 03047-90002 DEC82 05047-90052 8L 01 A1 04 

SYS REF MAN DEC81 03047-90003 DEC82 03047-90053 8L 01 A1 06 
3047A-036 SYS INSTALL MAN JUL82 03047-90011 DEC82 03047-90061 8L 01 A1 01 
SYS OPER MAN JUL82 03047-90012 DEC82 03047-90062 8L 01 A1 04 
SYS REF MAN AUG82 03047-90013 DEC82 03047-90063. 8L 01 A1 06 
050A PROG & SERV MAN -—«AUG73. 03050-90000 AUG74 03050-90050 01 09 01 


SUPP B CASSETTE OP JAN74 03050-90000 


SERV NOTE. SET BELOW . JUL8O 
3050a~1.. NOV73 WN ALL SER. TROUBLESHOOTING 
305Na-2 AUG74 WN L + N SCANNER INTERCONNECTIONS. 
~ JOS5QA~3A MAR75 WN L +N MECH PN FOR 2740 SCANNER 
3050A~4A MAR75 WN L + N ELECT. PN FOR 2740 SCANNER 
3050a-58 OCT77 WN L + N 2740 SCANNER.HP. TO L.+ N-PN CROSS REFERENCE 
3050A~6 AUG74 WN LEADS + NORTHRUP OFFICES 
3050A~7 MAR75 WN ALL. SER.MODEL 3050A.L + N SCANNER LOCKUP WITH 9830A CALCULATOR 
3050A-8 MAR75 WN ALL SER.3490A INTERMITTENTLY LOCKS UP HP-1B 
-3050A-021 PROG & SERV MAN AUG73. 03050-90000 AU674 03050-90050 01 09 01 
SUPP & CASSETTE OP JAN74 03050-90000 
| 3050A-022 PROG & SERV MAN AUG73 03050-90000 AUG74 03050-90050 “01 09 01 
SUPP & CASSETTE OP JAN74 03050-90000 
3050-023 PROG & SERV. HAN JAN74 03050-90002 JUL74 03050-90052 01 09 U2 
3050A-024 PROG & SERV MAN JAN74 03050-90002 JUL74 03050-90052 01 09 v2 
30508 OPER & PROG MAN FE876 03050-90200 SEP77 03050-90250 8L 01.09 O8 (9830A CONTROLLER) 
REV PAGES NO 1 MAR76 03050-90200 
SYS PRE“STUDY MAN  JAN76 03050-90201 DEC76 03050-90251 8t 01 09 02 (9830A CONTROLLER) 
INSTALL MAN JAN76 03050-90203 DEC76 03050-90252 8L 01 09 04 
MAN CHANGE APR76 03050-90203 
OPER & PROG MAN JUL76 03050-90223 JUL77 03050-90253. 8L 01 09 03 (9825A CONTROLLER) 
REV PAGES NO 1 AUG76 03050-90223 
SYS PRE“STUDY MAN JUL76 03050-90226 AUG77 03050-90254 8L 01 09 O2 (98254 CONTROLLER) 
SERV NOTE SET BELOW JULBO 
30508-1 MAR75. WN ALL SER.MODEL 30508.3490A INTERMITTENTLY LOCKS UP HP-I5 
3051A . SYS PRE-STUDY MAN MAR?77 03051-90006. JUL?77? 03051-90050 8L 07 09 O2 (9815A CONTROLLER) 
OPER & PROG MAN JUN77 03051-90003 JUL7? 03051-90051 8L 01 09 03 (9815A CONTROLLER) 
USER'S MAN OCT?77 03051-90013 SEP85 03051-90052. 8L 01 09 01 
3052A ~~ INSTALL. MAN SEP76 03052-90003 FEB?? 03052-90050* 8L 01 09 01 USE 3052A FICHE 03052-90250 
OPER & PROG MAN =FEB77 03052-90004 APR78 03052-90051 8L 01.09 04 (98254 CONTROLLER) 
REV PAGES A FEB?77 03052-90004 
REV PAGES 8 JUL77 03052-90004 
REV PAGES C AUG77 03052-90004 
REV PAGES D FEB78. 03052-90004 


SYS PRE“STUDY MAN  0CT76 03052-90032 APR77 03052-90053 8L 01 09 02 (9825A CONTROLLER) se 
OPER ‘ Pe MAN AUG78 03052-90037 NOV78 03052-90056 8L 01 09 O4 (9845A CONTROLLER) ~ VOL IA ; 
INST M FE879 03052-90203 SEP83 03052-90250 81 01.09 01 

OPER er PROG MAN. MAR79 03052-90504 . JUN79 03052-90551  8L 01 O° 04 (98358 CONTROLLER) 


5 11/08/85 
PAGE 115 /08/8 


11/08/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART MP DP O) 
NUMBER = C TYPE ——=«*OATE NUMBER _DATE Lot Vv | NUMBER o€ 
eg OE ree | kK DESCRIPTION ## DESCRIPTION eek DESCRIPTION eek DESCRIPTION aed DESCRIPTION thick es eee 
3052 == QUICK REF GUIDE. MART 03052-90506 MAY?9 03052-90553 BL 01. 09 01 (98358 CONTROLLER) tw eal 3a06A BA 
B0SZA-500 «OPER £ PROG MAN —_FEB79 03052-90204 HAY? 03052-90251 SL OT 09 04 CSBS5A CONTROLLER) ee es | 34100 OPE 


‘30540 SERV NOTE SET BELOW ttt OCTS§ ee eee Se te es | eee 


11/08/85. 
MODEL 
NUMBER 


| 3052 


-3052A-500 
3054A 


 3054A(85A) 


3054A (98258) 


-3054A(9826) 


~ | 3054498354) 
| 3054498458) 


| SOSH Ate 


30544-802 
3054¢ (1000) 


3054DL 


3056DL 


11/08/85 
MODEL 
NUMBER 


3060A 


oo 


REV PAGES D 


SYS PRE-STUDY MAN 


OPER & PROG MAN. 
INST MAN 
OPER.& PROG MAN . 


LITERATURE 
TYPE 


QUICK REF GUZDE 
OPER & PROG MAM 


~SERY NOTE SET BELOW 


3054A~1 
3054A~2 


INTRO USERS GUIDE 
OPER & PROG MAN 
INTRO USERS GUIDE 
MAN CHANGE 

OPER & PROG MAN 
OPER & PROG. MAN 


INTRO USERS GUIDE 
OPER & PROG MAN 


" REVA 


OPER & PROGRAM. MAN 
INTRO USER'S GUIDE 


OPER & PROG GUIDE 


OPER & PROG MAN 
MAN CHANGE - A 


INTRO USERS GUIDE 
SYST OPER/PROG MAN 
MAN CHANGE 


REV A 

INTRO USERS GUIDE 
INTRO USERS GUIDE 
INTRO USERS. GUIDE 
OPER & PROG MAN 
MAN CHANGE 

REV A 

INTRO USER GUIDE 
OPER & PROG MAN 


OPER & PROG MAN 
OPER & PROG MAN 


- OPER & PROG MAN 


“OPERATORS HANDBOOK 
OPERATORS HANDBOOK 
MAN CHANGE 


OPER & PROG MAN 
SYS REF GUIDE 
OPER & PROG MAN. 
SYS REF. GUIDE 

_ MAN CHANGE 


“LITERATURE 
TYPE 


~PRE-INSTALL MAN 


USERS MAN. REV. A: 


“QUICK REF GUIDE 


SERV MAN 
eel MAN (REV a) 
- OPER NOTE 


Seer CHANGE 


FEB78. 03052-90004 
OCT76 03052-90032 
AUG78. 03052-90037 
FEB?79 03052-90203. 


MAR79 03052-90504. 


H/C H/C PART 
DATE 


MAR79 03052-90506 
FEB79 03052-90204 


APR77 03052-90053 
NOV78 03052-90056 
SEP83 03052-90250 
JUN79. 03052-90551 


FICHE 


BL 01 09 02 (9825A CONTROLLER) 
8L 01 09 04% (9845A CONTROLLER) - VOL IA 
8L 01.09 01 
BL. 01°09 04 (98358. CONTROLLER) 


rae PART M PD 4 
NUMBER DATE NUMBER L.-T V 
&kk DESCRIPTION *** DESCRIPTION **x DESCRIPTION #kk DESCRIPTION. x** DESCRIPTION Wik 


PAGE 115 


MAY79 03052-90553 8L 01 09 01 (98358 CONTROLLER) 
MAY79 03052-90251 8L 01 09 04 (9835A CONTROLLER): 


ocTss 
AUG81 WN ALL SER.PROG MOD TO PREVENT 3054A/DL (85A) HANGUP 
MAY85. WN ALL SER.MOD. TO ALLOW VERIF OF FET MULTIPLEXER ASSY 


SEP80 03054-90201 
OCT80 03054-90202 
MAR81 03054-90206 
AUG83 03054-90206 
MAR81 03054-90207 
OCT83 03054-90208 


OCT8O 03054-92501 
NOV80 03054-92502 
NOV81 03054-92502 


NOV81 03054-92607 
FEB82 03054-92616 
MAR82 03054-92617 
JUN83. 03054-92618 
NOV84 03054-92618 


APR80 03054-93501 
JUL80. 03054-93502 
NOV80 03054-93502 
NOV81 03054-93502 
NOV80 03054-93506 


APR80 03054-94501 
AUG80. 03054-94506 
AUG80 03054-94502 
OCT8O 03054-94502 
NOV81 03054-94502 


NOV87. 03054-92606 
APRBS 03054-92620 


MAR81 03054-90008 
JUL82 03054-90018 
FEB85 03054-90024 


FEB81 03054-90001 
MAY81 03054-90013 
SEP83 03054-90013 


JAN83 03056-90001 
DEC82 03056-90002 
JUN84. 03056-90003 
DEC83 63056-90004 
AUG84 03056-90004 


H/C H/C. PART 
DATE NUMBER 


“FEB79 03060-90604 
_ SEP79 03060-92005 
ue 03060-50013 

1 03060-90016 
NOW? 03060-90931 
AUG79 03060-90037 


MARR TINAN-ONnNI7 


MAR81 03054-90251* 
MAR81 03054-90252* 
NOV83: 03054-90256 


JUN82 03054-90257* 
DEC83. 03054-90258 


MAR81 03054-92551 
JANB2 03054-92552 


DEC81 03054-92657 
MAR82 03054-92666 
JUNB2 03054-92667* 
DEC84 03054~92668 


MAY80 03054-93551* 
JANB2 03054-93552 
MAR81 03054-93556 
MAY80 03054-94551% 


NOV80 03054-94556 
JAN82 03054-94552 


JANS2 03054-92656 
SEP85 03054-92670 
JUL82 03054-90058* 
SEP82 03054-90068* 
MAY85 03054-90074 
MAY81 03054-90051* 
DEC83 03054-90063 


MAY83. 03056-90050* 


MAR83 03056-90052* 8 


OCT84 03056-90053 
DEC84 03056-90054 


FICHE 


8L 01 
8L 01 
8L 01 


8L 01 
BL 01 


8L 01 
BL 01 


02 
05 
02 


‘05 


05 


FICHE PART 4 PD -P 
DATE NUMBER T VG 
eke DESCRIPTION xxx DESCRIPTION kkk DESCRIPTION Wik DESCRIPTION whe DESCRIPTION 4 kk 


JUN79 03060-90051* 8L 01 09 01 USE. 30608 ‘FICHE. 03060-90260 
 FEB80 03060-90052* 8L 01 09 06 USE 3060A. FICHE 03060-90252 


USE 30S4A(BSA) FICHE 03054-90256 
USE 30S4A(85A) FECHE 03054-90257 


USE 3054A(85A) FICHE 03054-90258 


CHPL) 
USE 3054A(9826) FICHE 03054-92668 


USE FICHE 3054A(9835A) 03054-93556 


USE 3054A(98458) FICHE 03054-94556 


9826 HPL 


USE 3054€(1000) FICHE 03054-90068 
USE 3054¢€(1000) FICHE 03054-90074 


USE 3054DL FICHE 03054-90063 


USE 3054DL FICHE 03056-90053 
USE 3056DL FICHE 03056-99054 
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SEP79 03060-90056* 8L 01 09 02 USE 3060A FICHE 03060-90251 . 


AUG81 03060-90058" 8L 01 0S 06 USE 3060A FICHE 03066-90258 
MAR80 03060-90063 8L 01.09 01 
 SUNB1. 03060-90066. SL 01 09 01 


11/08/85 
MODEL 
NUMBER C 


3A06A:~«*:*«O8KOD 
3410 «OPE 


341110 OPE 
| 341120 sO 


34113A OPE 


341144. «OPE 
| 341150 OPE 
| 36196A OPE 


341968 COPE 
342A «COPE 


3420 OPE 


3420A/B 


71/08/85 
MODEL 


0 
NUMBER ¢ 
Sa2TA “SERV 
OPER 
OPER 
SERV 
REVI 
MAN 


11/08/85 
MODEL 
NUMBER 


“BO6OA 


0 
Cc 


UFER. @ FRUS MAN 
SYS REF GUIDE 


_» MAN. CHANGE 


LITERATURE 
TYPE 


~ PREWINSTALL MAN 


USERS MAN REV A 
aurtK REF GUIDE 


V MAN 
INSTALL aN (REV A) 
OPER NOTE 

MAN. CHANGE 


© INSTALL NOTE 


INSTALL. NOTE 
QUICK REF GUIDE 
USERS MAN REV A 


MAN. CHANGE. 
QUICK REF GUIDE 
SERV MAN 
PRE-INSTALL MAN 
USER'S MAN 
MAN. CHANGE - A 
SERV MAN 


QUICK REF GUIDE 
QUICK REF GUIDE 


BUNGE USUDO~F00U5 
DEC83 03056-90004 
AUG84 03056-90004 


H/C — H/C_PART 


NUMBER 


FEB79 03060-90004 
SEP79 03060-95005 
JUN79 03060-50013 
JUL81 03060=5'0016 
NOV?9 03060-90931 
AUG79 03060-90(37 
MARS1 03060-90037 
MAY82 03060-90071 
MAY82 03060-90072 
MAY80 03060-90201 
-JUNBO 03060-90202 
JUN80 03060-90202 
JANS2 03060-90226 
JUN82 03060-90233 
AUG82 03060-90230 
AUG83 03060-90313 
AUG84 03060-90313 
APR83. 03060-90314 
FEB83. 03060-90315 
JUL83 03060-90327 


OCT84& 05056-90053. 


sl 01 


09 04 


DEC84 03056-90054 8L 01 09 01 


FICHE 


JUN79 03060~90051* 
FEB80 03060-90052e* 
SEP79 03060-90056* 
AUG81 03060-90058* 
MAR80 03060-90063 
JUN81 03060-90066 


JUL82 03060-90068 
JUL82 03060-90069 
DEC80 03060-90251* 
FEB81 03060-90252 


APR82 03060-90256* 
OCT82 03060-90258* 
DEC82 03060-90260 
SEP84 03060-90363. 


JULB3 03060-90364 
MAY83 03060-90365" 
JUL83: 03060-90367 
ocT8ss 


8L n 
8. 0 


8L. 01 


8L 01 
gL 01 
8L 01 
8L 01 


8L 01 
BL 01 
8t 01 
8L. 01 


BL 01 
8L 01 
8. 01 


ire ee EAR . a D 4 
ake DESCRIPTZON akk DESCRIPTION wkk DESCRIPTION kkk DESCRIPTION xx DESCRIPTION week 


09 01 USE 3060A. FICHE 03060-90260 
1 09 06 USE 3060A. FICHE 03060-90252 
09 O2 USE 3060A FICHE 03060-90251 
09 . USE 3060A FICHE 03060-90258 


09 03 USE 3064 FICHE 03060-90365 


8 
09 ° USE 3060A FICHE 03060-90367 


01 pede S 
09 i USE 3060A FICHE 03060-90256 


09 07 USE 306A. FICHE 03060-90364 
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342th 


41/08/85 
"MODEL 
NUMBER oC 


3421A-212 


SERV Were SET BELOW Cc 343A 
3060A-0 - MAR84 WN SERV NOTE INDEX 
S060A-1 OCT79 WN ALL SER.PROPER CONFIG TO pREN ENE MISSING CHARACTERS ON 26408 CRT 
3060A-2 JUN80 WN ALL SER.PREVENTIVE MAINT PROC 
3060A-3-S FES80 WA SAFETY.OPT 200/201/202/205 ONLY SER 1801A00324 & BELOW. 34196A SCANNER PWR SUPPLY AC 
CONT'D LINE IS REVERSE WIRED. 

3060A~4A MAR82 WO ALL. SER.PROC FOR CLEANING OUT POWER SUPPLY RELAYS 

3060A-5A JUL81 WN SER 1801A00100 & UP,CCD REV 1938.MOD OF Rout epee cond? DIAG PROGRAMS "DIGITL” & 
CONT'D “ M0802" FOR PROPER 3455A OPER DURING RECEIVER TEST 

3060A-68 APR&2 WN ALL SER.HOW TO IDENTIFY CCD REV 2213 SIGNATURES 

3060A~7A MARS2 WN ALL SER.BTL REV 2014 REPL 2128 OF HIGHER(SEE S/N 3060A-40) 

3060A~8A MAR82 WN ALL SER.BTL/IPG UPDATE TAPE FOR REV 2117 

3Q60A-9A MARS2 WO ALL SER.PROC FOR INTERFACING 9885M DISK DRIVE IN 3060A SYSTEM 

3060A-10A OCT8O WA ALL SER.NOTIF OF 3060A SYST SFTWARE REV IPG REVISED TO 2014 

3060A~11 JUN8O WN ALL SER.6253A DUT POWER SUPPLIES DESC 

3060A-12 JUN8O WN ALL SER."“LOADING BTL FM A RUNNING PROGRAM" 

3060A-13 JUNSO WA ALL SER.SFTW BTL REV FM 1903 TO 2074 

3060A-148 JUL81 WN ALL SER.CCD HOD FOR REV 2027 

3S060A~15A JUL81 WN ALL ‘SER.CCD REV 2027 MOD OF “CNTRLR” PROG FOR PROPER OP DURING CONTROLLER TEST 

3060A-168 JUL81. WN ALL SER.CCD MOD FOR REV 2036 

3060A-17 JANS1 WO ALL SER.PROPER USE OF 9825B/T CONTRL IN 3060A OR 44525A PROGRAMMING STATIONS 

3060A~18 JUN81 WN ALL SER. INSTRUCT FOR CONFIG DEVICE UNDER TEST PWR SUPP INTERLOCK FOR ALL PWR SUPP OP 

eared MAY81 WN OF OPT DO OF AVAIL OF F.S.I. KIT (03060-69902) TO ASSIST ON SITE SERV & REPAIR 
CONT T 

306QA-20A ’ NOV81 WN ALL. SER.ASRU. A/D BD REDESIGN 

3060A-218 MAR82 WN ALL SER.REV 2114 INCORPAT INTO SOFTWARE REV 2136(SEE S/N 3060A-278)8 ALL UPWARD REV 
CONT'D (SEE S/N 3060A-39) 

3060A-22 MAR81 WN ALL SER.INSTALL INSTRUCT FOR OPT 100 DSRU STIMULUS BD 

3060A-238 ~JUN83 WN ALL SER.SYSTEM SUPPORT. PKG 

3060A-24 MAY81 WN ALL SER.NOTIF OF AVAIL OF CUSTOMER SERV KIT (03060-69802) 

3060-25 JUN81 WA ALL SER.114538 DIAG TEST FID.TURE CORR WHEN OP IN CONJ WITH OPT 100 

3060A-26 JUNB1 WO ALL SER.RED OF SYSY NOISE EFFECTNG CCD SYST TEST 135 & ‘SIMIL MODS OF COMP TESTS. 

3060A-27B SUPERSEDED BY 3060A-39C : 

3060A-28A MAR82 WN ALL SER.SOFTWARE BTL REV FM 2117 TO 2128(SEE S/N 3060A-40) 

3060A-29 JUL81 WN ALL SER.NOTIF OF BTL/IPG UPDATE TAPE FOR REV 2117 


11/08/85 ‘i a = ca - PAGE 117 ; | 11/08/85. - : 
MODEL 0 LITERATURE H/C H/C PART FICHE | FICHE enn. : F D wa MODEL Oe ek 
NUMBER C o  TYPE os DATE NUMBER DATE NUMBE V NUFBER C 
: wee DESCRIPTION xe DESCRIPTION wk DESCRIPTION the DESCRIPTION wie DESCRIPTION wrk soa.) 
3060A . -. 3060A-30 ULB) WN ALL SYS WITH OPT 100 HSDFT.NOTIF. OF AVAIL OF DFT DEVEL /PROD SFT TAPES 03060-10101 - 34310. MAN:.CH 
Ps CONT'D & 03060-10102 wanbed MAN SU 
-BO60A-31_- JULB1 WA ALL SER.SPEC INSTALL INSTRUCT. ‘FOR ADD FWR SUPPLY IN 34196A PWR MODULE, CONJ W/OPT100 a 
3060A~32A MARS2 WN ALL SER."FEATURES': IN 2128. BEEN. CORREC e INCORPORATED IN. REV 2176 (SEE S/N 3060A~278) BAS4A OPER & 
CONT'D... G ALL UPWARD REV(SEE SVN 3060A-39). : pie ets SERV'N 
3060A-33 ~-OCT81 WN ALL SER. 3060A SYSTEM SOFTWARE. PACK CONTENTS| ales: S434A- 
-3060A-34 .. OCT81_ WN ALL SER TESTING DRIVER GENERAL PURPOSE RELAYS a oe ces cae 
S060A-35A  -MARB2 WN ALL SER.CORRECT FOR PROPER TEST OF SCANNER G.P.RELAYS. INCORPORATE ‘YIN. RE 2136 3Z435A OPER £ 


- 3060A-28A 
3060A-29 


MAR82 WN ALL SER.SOFTWARE BTL REV FM 2117 TO 2128(SEE S/N 3060A-40) 
JUL81 WN ALL SER.NOTIF OF BTLIIPE: UPDATE TAPE FOR REV 2117 


11/08785 PAGE 117 11/08/85 
“MODEL 0. LITERATURE H/C H/C -PART FICHE FICHE PART. K 3 b P MODEL L 
- NUMBER € TYPE DATE NUMBER DATE NUMBER 6 NUFSER c 
*xkk DESCRIPTION *%*. DESCRIPTION *%x DESCRIPTION #kk DESCRIPTION tee DESCRIPTION thik 
3060A 3060A-30 JUL81 WN ALL SYS WITH OPT 100 HSDFT.NOTIF OF AVEIL OF DFT DEVEL/PROD SFT TAPES 03060-10101 3431D MAN: CHi 
CONT'D & 03060-10102 MAN SUI 
3060-31 JUL81. WA ALL SER.SPEC INSTALL INSTRUCT FOR ADD PWR SUPPLY IN 34196A PWR MODULE,CONJ W/OPT100 = toner 
3060A>32A MARS2 WN ALL SER."FEATURES" IN 2128 BEEN CORREC © INCORPORATED IN REV 2136(SEE S/N 3060A~278) . SA34A OPER & 
CONT'D & ALL. UPWARD. REV(SEE SYN 3060A-39) SERV N 
3060A-33 OCT81. WN ALL SER.3060A SYSTEM SOFTWARE PACK CONTENTS BAS4A-" 
3060A-34 OCT81 WN ALL SER TESTING DRIVER GENERAL PURPOSE RELAYS oy RSecenes: 
3060A-35A MAR82 WN ALL SER.CORRECT FOR PROPER TEST OF SCANNER G.P.RELAYS. INCORPORATE IN RE 2136 9 “| 3435a OPER. & 
CONT'D. fare S/N 3060A=278) oe MAN CH 
3060A-36 NOV81 WN ALL SER DFT SOFTWRE REV 2141 Wes 
3060A-37A MAR82 wn ALL SER.CORRECT FOR DSRU DIAGNOSTICS SOFTWARE INCORPORATE IN CCD SOFTWARE REV 2136 —-3435A4/8 SERV Ni 
~ CONT'D _. (SEE S/N 3060-278 & 3060A~39) 3435A~ 
3060A-388 JUNB2 WO ALL SER IMPR OPT 008 CONFIRTN TEST 3435 A-7 
3060A-39C AUG84 WN ALL SER.LIST OF CHANGES FOR CCD SOFTWARE REV 3435A- 
3060A-40 FEB81 WN ALL SER.BTL SOFTWARE UPGRADED FROM REV 2117. TO 2128 3435A~ 
3060A-41A FEB84 WN ALL SER.LIST OF DIGITAL CABLES FOR 3060A CIRCUIT. SYSTEM os Sas An 
060A-42 APR62 WN ALL SER.INSTAL PROC FOR DIGITAL CABLE P/N 03060-61622 3A35a~c 
3060-43 APR&2 WN ALL SER.INSTAL.PROC FOR DIGITAL CABLE P/N 03060-61623 OR -61624 2 BA35A6 
3060A-44 APR82 WN. ALL SER.INSTAL PROC.FOR DIGITAL CABLE P/N 03060-61625 
3060-45 APR82 WN ALL SER.INSTAL PROC FOR.DIGITAL CABLE P/N 03060-61626 OPER & 
SZOGDA-46A MARS4 SER 1801A00G23 %& BELOW.REC REPL(EUROPE ONLY)63005C SCANNER PWR SUPPLY 
3060A-47 APR82 WA ALL SER.MOD TO PREVENT OPT 100 STIMULUS INPUT & GROUND RELAY CONFIRMA FAILURE 
3060A~48 JUL82 WN ALL SER.CORREC INSTAL OF OPT 100 STIMULUS CABLE 
3060A-49 JUL82 WN ALL SER.ADD OF LOW IMPEDANCE LOGIC GROUND CONNECTION TO ELIM SPONTANEOUS FAOFF & 
CONT'D FBOFFS DURING 8D TEST 
3060A-50A JANS3 WN ALL SER.IMPR FIELD DIAGOSTIC OF ANALOG RELAY FAILURES 
3060A-51 AUG82 WN ALL SER.NEW VOLUME 1C = CCD MANUAL 
306DA-52 NOV82 WN ALL SER.SUGGET 9825 1/0 SLOT FOR 98034A/B HP-IB INTERFACE 
3060A-53 JAN83 WN ALL SER.IMPR READING OF BTL “TRANS” STATEMENT USING 3455A 
3060A-54 APR83. WN ALL SER.BD TEST LANGUAGE 200 REV 2308 
3060A~55 DECB83 WO ALL SER.USING. PROPER 32534 ANALOG STIMILUS/RESPONSE UMIT TO MEAS OPER AMPLF 
3060A-56-S FEB84 WA SAFETY.SER 2207A00887.00994,01039,01023,01034,801014,NOTIF OF POT SAFE HAZ 
3060A-57 MAY84 WN ALL SER.NEW TEST LEAD KIT HP P/N 03060-67902 
3060A-58-S AUGB4 WA SAFETY.ALL SER.NOTIF OF POT SAFE HAZ 
3060A-59 AUG84 WN ALL SER.CORREC TO 3060A TRBLSHTNG MANUAL VOL S171 ~ 
3060A~60 SEP84 WN ALL SER.3253A ASRU MOD IMPR REL BY RED HEAT DISSIPATION ON A44 BD 
-3060a~61 SEF84 WN SER 1717A01417 & GELOW.3453A DIGITAL STIMULUS/RESP UNIT REPL FAN 
3060A-62 SEPB4 WN ALL’ SER.REV 3253A ASRU CALI8 SFTWARE FOR 9825 
3060A-63 SEP84 WN ALL SER.RED INTERN & REOCCUR INST FAIL 
3060A~64 JUL85 WN ALL SER.FIELD MOD TO CHANGE PWR OPT ON HI'34196C PWR MODULE 
3060A-R03 INSTALL NOTE AUG79 03060-90082 DEC79 03060-90095 8L 01 09 01 
3060A-040 INSTALL NOTE NOV78 03060-90071 JUL82 03060-90068 8L 01 09 01 
3060-041. INSTALL NOTE NOV78 03060-90072 JULB2 03060-90069 8L 01 09 01 
3060A-100 OPER & SERV MAN JUL81 03060-90203 OCT81 03060-9F257" SL 07 09 06 USE 3060A-100. FICHE 03060-90257 
OPER & SERV MAN. FEB82 03060-90227 MARS2 03060-¢':2572 3', 01 09 06 USE 3060A-100 FICHE 03060-90259 
OPER & SERV MAN JUN82: 03060-90234 NOV82 03060° 88259 tL 01 09 03 : 
MAN CHANGE AUG82 03060-90234 
3060A-25 INSTALL NOTE MAR79 03060-90070 DEC7S. 03060-90067. 8L 01 09 01 a. 
3061A SERV MAN FE883. 03060-90316 MAR83. 03060-90366 8L 01.09 01 


11/08/85 
MODEL 


ee aes ; PAGE 118 “47/08/85. 
ma) LITERATURE H/C H/C PART FICHE FICHE PART M PD : ; : MODEL 20 LI 
NUMBER: Cc TYPE DATE NUMBER DATE NUMBER LT V = NUMBER at 
ke DESCRIPTION kkk DESCRIPTION ake DESCRIPTION eke DESCRIPTION whe DESCRIPTION Wick eae 

3061A USER'S MAN AUG83 03060-90313 MAY85 03060-90363 BL 01 09 09 S440A SERV NO 
-.MAN CHANGE —.A AUGB3 03060-90313: 3440A-1 
SERV MAN APR8&3 03060-90314 © NOV83 03060-90364 8L O1 09 08 =.= ee Pag awe 4 ee cee -34AQAn2 
MAN: CHANGE ‘AUG83. 03060-90314 es 3440A-3, 
QUICK REF GUIDE FEB83 03060-90315 MAY83 03060-90365* aL 01 09 oS USE 3061A FICHE (03060-90367 . ; : : LED ;  BAGOA=5 
QUICK. ae pOUame , SULB3- 03060-90327 - NOV83 OFOS0 P0RET SL OF 09.0. Bae one es ‘SEADAW6 
MAN. CHANG AUG83 : 03060-90327 — ; 3440A-7 
SERV. NOTE, SET BELOW OcTB5 440A-8 
3060A~—1. : APR83 WN ALL SER.SS TEST LANGUAGE 200 REV 2308. oun 3440A-9 

"BNA A]e? MOVAR% UN al! CED CNFTUABE DEV ENS l1lOnaT © MTMAS ceanAcMEnTS Dame 


SOTA SERV. PAN FESS USsyOuUTszUSTO = = MARGS USUOUK7U500. SL UT UP 01 ; HAN CHAI 


| 41/08/85 ; . eee ie . PAGE 118 
MODEL 


11/08/85 
Q > LITERATURE H/C H/C. PART FICHE FICHE PART M PD. c ~ MODEL oO. LIT 
NUMBER C TYPE _- DATE NUMBER DATE NUMBER LT Vv NUMBER Cc | 
ye tg whe DESCRIPTION kkk DESCRIPTION *** DESCRIPTION ik DESCRIPTION kkk DESCRIPTION kkk 
S061A USER'S MAN Aueas 03060-90313 MAY85 03060-90363 8L 01 09 09 3440A SERV NOT 
«MAN CHANGE - A AUG83. 03060-90313. . SHAOAM1A 
SERV Hae APR83. 03060-90314. NOV83 03060-90364 8L 01 09 08 440A-2 
MAN CHANG AUG83 03060-90314 3440A-3A 
QUICK REE Fouipe _ FEB83 03060~90315 MAY83 03060-90365* 8. 01 09 03 USE 3061A FICHE 03060-90367 3440A-5 
‘QUICK REF GUIDE JUL83. 03060-90327 NOV83 03060-90367 -8L 01 09 03. SéADA~6 
MAN CHANGE AUG83 03060-90327 * 3440A-7 
SERV NOTE SET SELOW ocTs5 3440A-8 
3060A~1 APR83 WN ALL SER.SD TEST LANGUAGE 200 REV 2308 3440A~9D 
S061A~2 NOV83 WN ALL SER.SOFTWARE REV FOR UPDAT & MINOR ENHANCEMENTS. oo 3440-10 
3061A-3-S FEB84 WA SAFETY.SER 2306A00101 THRU 2306A00117.NOTIF OF POT SAFE HAZ : 3440A-11 
gent bal talgit AUG84. MA SER SU ORDO 140/250 7 A002 (5 & BELOW.REASONS FOR INTERM 6034L PWR SUPLY OVERVOLTG Se 
R ei 
3061K/3062A-5  AUG34 WO. ALL. SER-REV 3253A CALIB SOFTWARE SER 200 CONTROLLERS S440A-14 
3061A/3062A-6-S.- AUGB4 WA SAFETY.ALL SER.NOTIF POT SAFE HAZ 3440A~15 
3061A/3062A~7 AUG84 WN ALL SER.CORREC 3060A/3061A/3062A TRBLSHTNG MAN VOL $1 S440A-16 
3061A/3062A-8 SEP84. WN ALL SER.5335A FREQ COUNT FIRMWARE (ROM) REV 1.1 3440A-17 
3061A/3062A=9 SEP84 WN ALL SER.3253A ASRU MOD TO IMPR REL BY RED HEAT DISSIPATION ON \\44 BD 3440A-19 
3161A/3062A-10 OCT84 WN ALL SER.CONFIGRTN/CONFIRMA/DIAGN SOFTWARE REV 2440 i 
- 3061A/3062A-11 MAR85 WN ALL SER.PROD SUPPORT PKG DESC 344A. OPER NOT 
3061A/3062A~12 MAR&S WA ALL SER.CONFIGRTN/CONFIRMATION/DIAGN SOFTWARE eheey: 
6031A4/6032A-13 JUL85 WN ALL SER-FIELD MOD TO CHANGE PWR OPT ON HP34196C PWR MODULE S442A Srebpie 
“1A 
3062A USER'S MAN AUG83 03060-90313 MAY85 03060-90363. 8L 01. 09 09 S442A-2 
i. oo MAN. CHANGE =A AUG83 03060-90313 " 
SERV MAN APR83 03060-90314 NOV83 03060-90364 8L 01 09 08 3443A OPER & S 
MAN CHANGE | AUGB3 03060-90314 MAN. CHAN 
QUICK REF GUIDE FEB8S 03060-90315 MAY83. 03060-90365* 8L 01:09 03 USE 3062A. FICHE 03060-90367 SERV NOT 
QUICK REF GUIDE JUL83 03060-90327 NOV83 03060-90367 8L 01 09 03 S44ca-1A 
MAN CHANGE AUG83 03060-90327 3443.A-2 
SERV NOTE SET BELOW ocTs5  BHATAR3 
3060A-1 APR&3 WN ALL SER.BD TEST LANGUAGE 200 REV 2308 meee 
3062A-2 NOVES WN ALL SER.SOFTWARE REV FOR-UPDAT & MINOR ENHANCEMENTS 34hhA OPER BS 
3061A/6032A-4 AUGS4 HA SER ta a cad ado & BELOW.REASONS FOR INTERM 6034L PWR SUPLY OVERVOLTG | MAN. CHAN 
CONT'D INTERRUP SERV NOT! 
3061A/3062A-5 AUG84 WO ALL SER. Rev 3253A CALIB SOFTWARE SER 200 CONTROLLERS 3444A-1 
3061A/3062A-6-S AUG84 WA SAFETY.ALL SER.NOTIF POT SAFE HAZ S444A-2 
3061A/3062A-7 AUG84 WN ALL SER.CORREC 3060A/3061A/3062A TRBLSHTNG MAN VOL Si 3444a-3 
3061A/3062A~8 SEP84 WN ALL SER.5335A FREQ COUNT FIRMWARE (ROM) REV 1.1 
30614/3062A~-9 SEP84 WN ALL SER.3253A ASRU MOD TO IMPR REL BY RED HEAT DISSIPATION ON A44 BD 3445A OPER @ S| 
3161A/3062A-10 =. ss OCT84_ WN ALL SER.CONFIGRTN/CONFIRMA/DIAGN SOFTWARE REV 2440 SERV NO? 
3061A/3062A-11 MAR8S WN ALL SER.PROD SUPPORT PKG DESC * BASSAW1A 
3061A/3062A~12 MAR85 WA ALL SER.CONFIGRTN/CONFIRMATION/DIAGN SOFTWARE 34450~4 
-  6031A/6032A~13 JUL85 WN ALL SER.FIELD MOD TO. CHANGE PWR OPT ON HP34196C PWR MODULE setae, 
3065 USER'S GUIDE AUG83 03065-90010 OCT84 03065-99010 8L 01 09 04 S445A~-7/, 
; “USERS REF MAN <I AUG83. 03065-90020 SEP84 03065-99020: 8L 01 09 16 ; 
USERS REF MAN ~II. AUG83 03065-90020 3446A OPER & Si 
MAN CHANGE = A AUG84 03065-90020 MAN CHAN 
SITE PREP APR83 03065-90110 OCT83 03065-99110 8L 01 09 02 SERV. NOT! 
INSTAL. MAN JUNS3 03065-90120 OCT83. 03065-99120 8L 01 09 04 : 3445A-7/: 
‘SERV & HARDWARE MAN JUN83 03065-90130 OCT83. 03065-99130. 8L 01 09:05 aed 3446A~1 
DIAGNOSTIC MAN =I . JUN83 03065-90140 OCT83 03065-99140 - 8L- 01.09 16 ee, ee 
DIAGNOSTIC MAN -II  JUN83 03065-90140 : “3458. OPER & S| 
DIAGNOSTIC MAN “III JUN83 03065-90740 MAN CHAN! 


11/08/85 ieee ; Ae ee PAGE. 119 11/08/85 ie 
. MODEL O . LITERATURE H/C H/C.PART .. FICHE FICHE aPART KPO A MODEL 0 LITE! 
NUMBER c TYPE. DATE NUMBER DATE tT Y¥ NUMBER C T 
ie wort DESCRIPTION *ex DESCRIPTION kkk DESCRIPTION xkk DESCRIPTION *h% DESCRIPTION trick a eee 
3065 SERV NOTE SET BELOW CT85 er ee Boag Se 
Bo os 3065-1 SEP83 WA SER 2310-00113. & BELOW.MOD a PREV PWR-UP CIR OSCILLATION a 3450A =—si(‘(wsé«é PRR. ‘SEE 
3065-2 JUL83 WN ALL SER.REC RELAY REPL PROC ee bas SERV NOTE 
3065-3 -  AUGB3 WN NEW ASRU AID 8D BLUE STRIP P/N “ . operate ee 3450A=1 
3065-4 ; SEP83 WO ALL SER.3065C FAN SPEED SENSOR FAILURE ee eda! - 3450A-2. 
306545. SEP83 WA SER. 2110-00113 & BELOW.MOD OF 11352"66507 & 11353-66508. TO. ALLOW FIXTURE. VARIFC Foes os 3450A-3 
£3065+6 -OCT83: WN SER 2308A00101 THRU 2308A00119.RFI MOD TO 3065C CABINET.INSTALL PROC & PARTS List fee cp ~ BASOA~4 
3065-7 NOV83 WO 3065C:SER 230800155 & BELOW.MOD TO ALLOW REMOTE 1/0 & MEMORY RECONFIG aoe | oe 4504-5 
3065-8 APR&4 WO SER 2310A00162 & BELOW.MOD TO PREV FIXTURE RECEIVER FAILURES ee Bee —  BASOAH7A. 
3045-9. - APR84 WA SER 2310A00179 & BELOW. VACUUM HOSE REPL. ON. HP 3056D/H Eanes : 3450A~8 


3065-10 -APRB4. WN ALL ‘SER. EDGE: CONN CLEANING PROC. : mee ee Tt eee 3450A-9 | 


WNARW414 > ams ‘bias Veil: Atinaneae an Mimaa hed bo Mem A aceasta anes gS ee a ee : goa aS Ss SGI OS a ees eh re tia, ae | eee ee 


11/08/85: bak tap ae aos an PAGE. 119. 11/08/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART & P D : : MODEL 0 LITER 
NUMBER... C .. TYPE DATE NUMBER DATE NUMBER LT V : NUMBER Cory TY 

tik | DESCRIPTION keke DESCRIPTION wk DESCRIPTION kk DESCRIPTION tekk DESCRIPTION + tek 

3065 SERV NOTE SET BELOW OcTas ; 

oa 3065-1 “>. SEPB3. WA SER 2310-00113 & BELOW.MOD TO PREV: PER-UP CIR OSCILLATION 3450A “OPER & “SER 
065-2 ; “JUL83 WN ALL SER.REC RELAY REPL PROC ae SERV NOTE 
3065-3 : AUG83. WN NEW ASRU AZD BD BLUE STRIP P/N ; Ra pe eG 3450A-1 
3065-4 SEP83 WO ALL. SER.3065C FAN SPEED SENSOR FAILURE ae 1 3450A-2 
3065-5 SEP83 WA SER 2110-00113 & BELOW.MOD OF 11352-66507 & 11353-66508 TO ALLOW FIXTURE VARIFC th 3450A-3 
3065-6 OCT83 WN SER 2308A00101 THRU 2308A00119.RFI MOD TO 3065C CABINET.INSTALL PROC & PARTS List ra at - BASOAW4 
3065-7 NOV83 WO 3065C:SER 2308A00155 & BELOW.MOD TO ALLOW REMOTE 1/0 & MEMORY RECONFIG sige : 3450A-5 
3065-8 ~ APR84 WO SER 2310A00162 & BELOW.MOD TO PREV FIXTURE RECEIVER FAILURES ee: ~ BASOA=7A 
3045-9... APR84& WA SER 2310A00179 & BELOW. VACUUM HOSE REPL ON HP 3056D/H fe  3450A-8. 
» 3065~10 © ~ APR84 WN ALL SER.EDGE CONN CLEANING PROC ae reo :  3450A-9 
3065-11 ~. MAR84 WN-HIGH CURRENT CONTACT REMOVAL. PROC FOR 11352-66593/66592 SYST CARD. ‘ : ; 3450A~10 
“3065-12 APR84 WO. SOFTWARE PRIOR TO REV 2410.MOD TO PREV FUSE FAIL on SYSTEM 23 CARD nee Pa 3450A-11 
3065-13: JUL84 WA MOD OF CONFIGRIN/DIAGNOSTIC FIXTURE P/N 11345-80000 : 
, 3065-14 ~: * NOV84 WN-ALL SER.MOD OF PULSER PWR SUPPLY (HP P/N 11351-66510)TO CONFORM TO HYBRID ad 34508 OPER. & SER 
“CONT'D ee con CARD SPECS fae ee. ARN: CHANGE 
3065-15 - oo  AUG84 WNOBACKPLANE CABLE REPL,HP P/N 11352-61602 —. oe ae “SERV: NOTE 
3065-16 AUG84 WN CHNG SCANNER BD IN SYSTEM WITH BACKPLANE CABLE HP P/N 11352-61602 ‘ so) 345081 
3065-17. AUG84 WA MOD OF THE FIXTURE TO ELIM INTERFACE PROB ne, Boog 3450B-2 
3065-18 NOV84 EN ALL SER.DESC OF HP COOP SUPPORT PROG FGR HP 3065 SYSTEM | 3450B-3 
“3065-19. - AUG84. WA ALL SER.NOTIF OF POT SHOCK HAZ IN VOL LEVEL >42V SUPLY DUT PWR SUPLY ; os e 3450B-4A 
3065-20. .  APR85 WO ALL SER.REPAIR OF EXTERNAL VACUUM MODULE P/N 03065-30602 _ : 34508-5A 
3065-21-S . (NOV84 WA SAFETY.SER 2310A00309 TO 2310A00332.P01 11352-66504 DUT SENSE BATCH CARD PROB ean be 
3065-22 :  NOV84 WN ALL SER.DESC OF TIME-OUT FAIL FOR UTILITY TEST 19 WHEN OPER ON SOHZ PWR 3453A OPER & SER’ 
3065-23 DEC84 WA ALL SER.CHECK FOR POS MISWIRED DSDC INTERNAL CABLE : ; : «. OPER. & SER' 
3065-24 DEC84 WA ALL SER.ASRW 2410 FIRMWARE BUG WORKAROUND a SERV. NOTE 
3065-25. JANB5. WN SER 2310A00364 & GELOW.PWR MODULE TO MONITOR CARD CABLE MISWIRING oop /  BASSAS3A. 
3065-26 APR85 WN ALL SER. TEST & MOD TO SOLYE INTEM DIGITAL CAL FAILURES S453A-4A 
3065-27 - JUN85 WN ALL SER.HP 44633H SERVICE KIT ‘3AS3A“SA 
ae 3065-31-S AUG8S WA SAFETY:SER 2308A00372 & © OW.NOTIF OF POT SAFETY HAZ Dpelee 
| enone yeu 34550. -. OPER & SER' 
310A. OPER & SERV. MAN FEB76. 00310-90093 DEC76 00310-90053 8L 01 09 62 OPER & SER 
7 ‘MAN CHANGE — OCT76 00310-90003 : MAN. CHANGE 
SERV NOTE. SET BELOW cT8o : /- OPER INFO. 
310A~1A AUG63 100 KC CRYSTAL CALIB KIT INSTALLATION OPER INFO. 
310A-2 - SER BELOW 415-00561.M0D TO IMPROVE SHORT CIRCUIT PROTECTION ‘: .- SERV_NOTE ° 
310A~3 SEP64- . SER BELOW 436-00376.IMPR LOW PASS FILTER STABILITY MODIFICATION :  3455A-1 
310A~4 DECA4 SER BELOW 452-00911. OUTPUT CIR MOD 3455a-2 
310A-5 MAY65 SER BELOW 516-01001.MOD TO RED CARRIER BALANCE NOISE 3455A-3A 
310A-6A DEC65 SER BELOW 516-01186.IMPR BANDWIDTH ACCURACY MOD ee 3455A~4 
. 310A-7 APR71 WO SER 94802884 + DOWN.REC TRANSIS. REPL es tie ; os BASSASSA 
310A-8 FEB74 WN SER 0948A-03360 + UP.REPL OF GERMANIUM TRANSIS WITH SILICON TRANSISTORS 3455A76 
310A-9A DEC75 WO SER 0948A03309 + DOWN.NEW INDUCTOR ON LOCAL OSCIL ASSY 34S5A~7A 
310A-10 _. AUG77 WN SER. 1507A93720 & BELOW.REPLACEMENT OF GERMANIUM TRANSISTORS sects, 
312A OPER & SERV MAN JUL71 00312-90004 OCT74 00312-90054 . 01 09.05 ; oo 3455A-10 
: MAN CHANGE FEB74 00312-90004 : 3455-11 
SERV NOTE SET BELOW OcT80 i Ope 3455A-12C. 
HO1-312A4-1/ DEC67 WN SER BELOW 720-00260.IMPR FREQ STAB + TIMING MODIFICATION mere ; ae ve 3455a-13 
HO5~312A-1 ;  B4SSA~14 
312A~1 DEC67 WN SER 712 + DOWN.REC REPL CAP FOR A1C8 + A12C8 : 3455A-15 
312A-2. - DEC67 SER 701 + DOWN. FERRITE BEADS ADD TO PREVENT. SPURIOUS RESPONSES OR OSCILLATIONS .. ‘SASSA-16 
312A-3— JAN68 WO SER 706 + BELOW.A9Q3,4,5,6 PREF REPL , -- BASSA-178 
312A~4 DEC67 SER BELOW 720-00360.PREF REPL PARTS . eo 


7 oe 
14/08/85 ce | ee = oo : - PAGE 120 


41/08/85. 
- MODEL 


0 LITERATURE H/C. “He PART FICHE FICHE PART M P DP ft)  LITERA 
NONEER fees: > TYPE 2 DATE ¢ NUMBER DATE -NUMBER =oL OT VG NUMBER Coe: TYP 
ae - ie DESCRIPTION ek DESCRIPTION *** DESCRIPTION #xx DESCRIPTION tekt DESCRIPTION tick 
3124/8/¢/0 SERV NOTE SET BELOW OcT81 3455A  B455A-19 
: - B12A/B/C/D=5 SEP76 WN ALL SER.REF LEVEL SW7CH ASSY GRD CONN 3455A-20C 
S12B/D-6 JUN8O WO ALL SER.REC REPL P/N'S FOR LED DISPLAYS 3455A~21 
a 312B/D-7 -. JUM81 WO ALL SER. TRBLESHTNG PROC TO: TEST INTERMITTENT METER CIRC. ShSah72eA 
3128. =—s—=i<«=C PER fe SERV MAN FEB76. 00322-90046 - JUNB1 00312-90065, BL a1 09 04 cl 3455A~24 
oe MAINE APR84 00312-90046. 
oes cme Baas oer 3456A OPER & SERV 
312¢ oes OPER & SERV MAN JUL74 09312-90019 “Jaa2 00312-90066 ve 01 09 02 ‘ a : | Tanta 1 PRER TE BERY 
312d OPER & SERV MAN © FEB76 00312-90046 JUN81 00312-90065 8L 01 09. 04 ae ha yl Ears lee SERV _NOTE S 
De MANS CHANGE 


| gAPRO1. 00312-90046. 225 0h CPs ae engi ge Pens oS ee eee 
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14/08/85 eat eo 
MODE: LITERATURE H/C H/C PART FICHE “FICHE. PART wPoOD P 
NUMBER TYPE DATE NUMBER DATE - NUMBE boty NUMBER 
oe ie DESCRIPTION eikk DESCRIPTION kk ‘DESCRIPTION tock DESCRIFTION tent DESCRIPTION tek. ee 
312A/8/C/D SERV nove SET BELOW cT81 3455A 
S12A/8/ C/b-5 SEP76 WN ALL SER.REF LEVEL SHTCH ASSY GRD CONN 
2B/D-6 JUNSO WO ALL SER.REC REPL P/N'S FOR LED DISPLAYS 
| 3198 /D-7 -JUN81 WO ALL SER. TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRC. 
3128 OPER | A SERV ‘MAN FEB76 00312-90046 June 00312-90065 8L 01 09 04 
MAN C APR8Y 00312-90046 sasGh 
312¢ OPER & SERV MAN JUL74 09312-90019 - JANS2 60312-90066 8L 01 09 02 
312d OPER & SERV MAN FEB76 00312-90046 JUN81 00312-90065 8L 01 09 04 
eee MAN. CHANGE —APR81 00312-90046 
313A OPER & SERV MAN. JUN76. 00313-90002. #AR79.00313-S0052 8L 01 09 02- 
MAN CHANGE - -NOV78 00312-90062. 
320k INSTRUCT & 2PER MAN FEBS1 320A-910 MAR78 5080-5665. 8L-01 09 01 
3208 | INSTRUCT & OPER MAN FEBS1 3208-910 MAR78 5080-5663 8L 01 09 01 
3200A OPER & SERV MAN JANGS 03200-90022 —- ocT74 03200-90028 ——-01._ 21:02 
: MAN. CHANGE JANOOD 03200~°5022 
SERV NOTE SET BELOW MAY78 : ! 
32N0A~1 ; = SER 456 +.451.CIR MOD IHPR PERFORM : 
3200A-2 ! i = ILLUSTR PRTS IDENT REF DESIG INDEX 
5 3200A~3/3200B-5: JAN72 WO ALL SER 3200A.32008 SER BELOW. 1219A.MOD IMPROVE Q300 RELIABILITY 
32008. OPER & SERV MAN MARGB 95200-90026 NOV80 03200-90027. 8L 01 04 02 
e MAN CHANGE “SEP80 03200-90025 
SERV NOTE SET BELOW PRO1 
3200A-3/32008-5 JAN72 WD ALL SER 3200A. te SER BELOW pela KJG IMPROVE Q300. RELIABIIITY 
- 32008-1 FEG66  -ILLUSTR PRTS IDENT REF DESIG. INDEX Ceodah es 
32008-2 - NOT AVAILABLE 3457A 
- 32008-3 MAR67 SER BELOW 626-.MOD ELIM TUNE CNTR “CREEP” 
3200B-4 - ILLUSTRATED PARTS IDENTIFICATION 
io ec - 32008-6 MARS1 WN SER 1902A & BELOW.MOD TO INCREASE OUTPUT FOWER 
* B205a. OPER ‘ soe MAN JANOO 03205-90044 JUN73 03205-90045 01 21-03: B459A 
MAN CHANGE FEB73 03205-90044 
SERV NOTE SET BELOW MAY78 
rae 3205A-1 FE871 WO SER 953-.MOD IMPR MODULN METER ACCUR AT 5 HZ 
3271A OPER & SERV MAN APR67._: 03211-90011 AUS72. 03211-90019 01 21.63 
SERV NOTE SET BELOW JAN81 
3211A~1 JAN68 SER SELOW 865.PREF REPL OF DIOLES 
| 3212A OPER & SERV MAN APR67 03211-90011 AuG72 03211-90019. 91 21 03 
3213A CPER & SERV MAN =—s APR67._-: 03211~90011 AUG72 03211-90019 01 21 03 
3214A OPER & SERV MAN APR67. 03211-90011 AUG72 03214-90019 01 21 03 
3215A . OPER & SERV MAN APR67 03211-90011 AUG72 03211-90019 01 21 03 
3216A OPER & SERV MAN APR67 03211-90014 AUG72 03211-90019 01 21 03 


11/08/85) 
MODEL 


~ LITERATL 
TYPE 


3455A-19 


Bees 


OPER & SERV? 


OPER & SERV ? 


MAN CHANGE - 
SERV NOTE SEI 
3456A-1D 
3456A~2. 
S456A-3 
3456A-4A 
S456A°5 
3456A-6A 


- BASOR~7 


3456a-8 
3456A-9 


3456A-10 : 


3456A-11 
3456A-12 
3456A-13 
3456A~14 
3456A-15 
3A56A-16A | 
3456A-17A 


3456A~18 


3456a-19 
3456-20, 


OPER MAN 
QUICK REF Gul 
MAN CHANGE. . 


SERV MAN. 


OPER & SERV } 
SERY NOTE SE} 
Z460A-8 


3459A=1A/3460 


- BASPA2A/3460 


3460A~7A/3455 
3460-8 /3459/ 
3459A 


“» B4SEA-6/34608 
 3460B—2 /3460/ 


S459A~9 
34608-3/3460/ 


An8 
tin aa 
3460B~-5 /3460/ 

3459A=10 
3459A~11A 


me 


ie i ea 


| 19/08/85 
—WODEL 


PAGE 106. mc) LITERATURE 
TYPE 


NUMBER: CC 
SCRIPTION tek : 


‘32178. OPER & SERV MAN 


3221A OPER & SERV MAN 


3258 INSTRUCT & OPER MAN 
Gey MAN CHANGE BACKDATE 


3253A OPER & PROG MAN 
= “ CPER. & SERV MAN 
SERV NOTE SET GELOW 
3253A~2 


NE VOLTAGE 


3253A-4A 
3253A-5 
3253A-8 
3253a-7 
3253A-8 


3308/C/D SERV NOTE SET BELOW 
3308-1 


3308-2 
3308-3 
3308-4 
3308-5 
3308-6C 


3300A. SUPP 8 OP & SVC MAN 
OPER & tad MAN 
MAN CHANGE 


ERATION 
ROLA 2N964 


3300A~1 
3300A~2 
3300A-3 
3300A-4A 
3300A~5 
3300A~6. 
3300A-7 
3300A-8 
3300A-9 
3300/A-10-5 


3301A OPER NOTE 
33020 OPER & SERV MAN 


SERV NOTE SET BELOW 
3302A-1 


r SYSTEM TRIG 


3302A-5-S_ 


3304A OPER t (sev MAN 
bse MAN 


SERV NOTE SET BELOW 


H/C 
DATE 


APR67 
APR67 
AUG44 
NOV62 


AUG79 
APR8&2 


AUGEO 


NOV80 
APR81 
SEP81 
SEPB4 
APR82 
SEP83 


JUL63 


FE867 
APR70 
MAY76 


OCT65 
FEBO6: 
APR66 
SEP68 


“APROO 


APR7S 
JAN76 


FEB76 


MAY?1 


MARG6 


~ APROG 
MAY66 | 


MARG? 
JANT6 


MAY?1 


‘APR?4 


Fase 1 
H/C PART FICHE FICHE PART 4 Pp ’ E: ; : 
NUMBER DATE NUMBE 


be Te 
kkk DESCRIPTION *e* DESCRIPTION kik DESCRIPTION tek DESCRIPTION tke DESCRIPTION tok 


03211-90011 AUG72 03211-90019 01 21 03 
03211-90014 AUG?72 03211-90019 01 21 03 


3258-910 AUS?72 5080-5664 8L 01 09 01 
3258-910 


03253-90000 NOV79 03253-90050* 8b 01 09 02 USE 3253A FICHE 03253-90051 
03253-90001 JUNS2 03253-90051. 8L 01 09 07 


JANB4 
wo Pages hage. OF SOURCE AMP CURRENT COMPLIANCE CHECK TEST LIMITS ON ASRU.CALIB. TRE 
WO ALL ‘SER.CLEANING ASRU MULTIPLEXING RELAYS 
WN ALL. SER.USE CCD REV 2114 SOFTWARE TO TEST MOA A23 BDS 
WO SER 1814A00724 & ABOVE.REDUCING OFFSET AT OUTPUT OF A13. SOURCE AMPLIFIER 
WO ALL SER.REDUCING NOISE INJECTED INTO ASRU EXT SOURCE/DETECTORS 
WO ALL SER.PREV INTERMITTENT & REGSSURR ASRU FAILURES 
WO MOD TG RED INTERM & REOCCURRING ASRU FAILURES 


ULB1 


J 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
REPL. WAFER SWITCH FOR S4 
SER 4956 + DOWN.METER CIR MOD 


03300-90003 . JAN75 03300-90053 01 09 01 
03300-90005 SEP77 03300-90055 . 8L. 01 09 02 
03300-90005 

JAN81 


PWR. LINE FUSE CHANGE 
FINGER TEST OF TRANS TEMP FOREWARNS. BURNOUT ON A2 
PROC EXTEND PERMISSIBLE RANGE OF EXTERNAL FREQ CONTROL 
WO SER BELOW 809-03725.PREF REPL PRTS 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
WA MOD RE@ WHEN OPER 3305A PLUG-IN 
WA SER 0939406521 TO. 0939406545. FERRITE BEADS ‘ON @5 + 06 EMITTER LEADS. 
WN SAFETY.SER BELOW 0939AG4726. ELIMINATION OF POTENTIAL SHOCK HAZARD 


03301-90000 AUG82 03301-90050 8L 01 09.01 
03302-90003 Sater 03302-90053 8L 01 09 01 


SER. BELOW 5460-00600. MOD STOP Sateen IN SINGLE OR MULTIPLE vee OPER | 
WA MOD STOP SHRTING BETW IN:+ OUT CHASI 
SER BELOW 540.M0D ELIM SPURIOUS OSCiL IN PHASE kobe OPERATION 
“SER BELOW 650-01000.mM0D STOP OSCIL IN FREE-RUN’ M 
WN. SAFETY. SER BELOW 0720402761. ELIMINATION OF POTENTIAL SHOCK HAZARD 


03304-90003 ~ JAN76 03304-90053 8L 01 09 02— 
03304-90003 Plan Bao . 


3300A-8 APR69 WA HOD REQ WHEN OPER 3305A. PLUG-IN 


3300A~9 APR75 WA SER 0939A06521 TO 6939A06545. FERRITE BEADS ON @5 + Q6 EMITTER LEADS - 
3300/A-10-5 > GAN76 MN SAFETY. SER BELOW 0939A05726. ELIMINATION OF POTENTIAL SHOCK HAZARD. 
OPER NOTE FEB76 03301-90000 AUG82:- 03301-90050 ~8L 01 09 01 


OPER & SERV MAN MAY?1 03302-90003 octBs 03302-90053 &t 01 09 01 
SERV NOTE SET BELCW AY78 
3302A~1 : MAR66 SER BELOW 540-0060. MoD: STOP FREE-RUNNING IN SINGLE OR MULTIPLE CYCLE OPER 


3302A-2 APR66 WA MOD STOP SHRTING BETW IN + OUT CHASIS 

3302A-3 ooo:  MAY66 SER BELOW 540.MOD ELIM SPURIOUS OSCIL IN PHASE LOCK OPERATION 
3302A~4 MAR67 . SER BELOW 650-01000.M0D STOP OSCIL IN FREE-RUN MODE 

3302A-5-S JAN76, WN SAFETY.SER BELOW 0720A02761. ELIMINATION OF POTENTIAL SHOCK. HAZARD 
OPER & SERV MAN MAY71 03304-90003 JAN76 03304-90053, 8L 01 09 02 


_ MAN CHANGE APR74 03304-90003 
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11/08/85 ; PAGE 122 11/08/8 
MODEL QO LITERATURE H/C H/C PART = FICHE FICHE PART M PD F ee ae MODEL 
ee ae NUMBER Cer TYPE. DATE NUMBER DATE NUMBER LTV NUMBE 
CRIPTION dota ene _ tee DESCRIPTION *** DESCRIPTION ### DESCRIPTION tek DESCRIPTION dick DESCRIPTION ¥ 
3304A -.. SERV NOTE SET BELOW . MAY78 eg Oise Oe. | |. 34608 . 
_ S304A-1A AUG75 WO ALL SER.LONG LEAP TRANS REPL. A1Q1 + A102 one 
3304A-2A-S MAY76 WN SAFETY.ALL SER ELIMINATION OF POTENTIAL SHOCK HAZARD 
3305A- OPER & SERV MAN MAR71 03305-90002 = SEP77 03305-90052 SL 01 09 02 
: eine MAN CHANGE. MAY76 03305-90002 
SERV NOTE SET BELOW ocTs1 
3305A~1-S JAN76 WN SAFTY.SER BELOW 0835A01306.ELIMINATION OF POTENTIAL SHOCK HAZARD 
331A OPER & SERV MAN DEC74 00331-90007 APR78 00331-90057 8L 01 99 02 
MAN CHANGE JAN?8 00331-90007 
MAN CHANGE UK JUN77 00331-90007 
SERV NOTE SET BELOW SEP81 JAN82 eee a pS. 
311A/32A-18 MAY69 = SER 717-0106/ + UP (332A).REPL PRTS ie 
331A/332A-2 DEC65 — SER 536-00420 + DOWN.INCR RANGE OF A2R3 BIAS ADJ MODIFICATION bids ef | 34618 
331A/332A-3 - NOT AVAILABLE ee ee: 


ee SEP71 SER 602-D0900 + DOXN(331A);SER 536-00525 + DOWN(332A).REC REPL A2CRE + A2CRT 
PUA ageAn 8 /B35K/ MAY66 WO A2Q4& EXTEND LIFETIME MODIFICATION 
B31A/5324-6/3534 JAN67 NOISE MEAS PROC IN AM CARRIER 


331A/332A-7 NOV77 WO SER 716-02300 + DOWN(331A);SER 605-01060 + DOWN(3:\2A).MOD TO REDUCE ZERO OFFSETS 
331/32A-8A/333/ MAR75 WA SER 982-04451 TO 1449406575 (331A); SER 985-01911. TO. 1145A22750(332A)3980-01886. TO 113 
334A-7A 7A02945 (333A) 3993~02841 TO 114005365 (334A). RF1 HOD KIT.SUPER 331/332A-8,333/334A-7 

Peueree APR75 WO SER 837-03300 TO Man tenes SER 90901486 TO 1145A22750(332A) INDUCTOR ADDED 

ONT'D TO POWER LINE GROUND LEA 
S51A/S32k~108-8 JUL77 MN Sade Magione DOWN 4749407206 & 332A-SER DOWN 1140A6311.ELIM OF POT SAFETY HAZD 

SH AZAR 

SSIA/3324-U-10-5 JUN76 WN: SAFETY.331A SER Hagen Soe 332A SER BELOW 1148U00346.M0D TO ELIMINATE 

ONT*D POTENTIAL SHOCK HAZ 
“SSA S520-12/5584/ JUL77 WO SER 1149A07845 & BELON & 1551U00495 AND BELOW. BRIDGE AMPLIFIER OSCILLATIONS 


ASIA SS2N/S53K/ MAR81 WO ALL SER.MOD TO ELIM OSC IN VTMT MODE 


34620 | 


NFORMATION 


S31A/332A-14 SEP81 WO ALL SER.TRBLESHTNG PRGC TO TEST INTERMITTEMT METER CIRCUIT 
. S310A OPER & SERV HAN OCT73 03310-90003. . MAY82 03310-90053 BL 01°09 02 
Bea MAN CHANGE ~» MARB2 03310-90003 
MAN CHANGE GMBH GCT76 03310-90003 
INSTALL NOTE DEC84 03310-90010 a 03310-90210 8L 01 A1 01 
SERV NOTE SET BELOW =. CT81 
S3310A~1A MAR71 WO SER BELOW 09a7a02850. MOD STOP DAMG TO @1 + 2 
3310A-2 Sats MAR?71. WA SER BELOW 947=02850.MIN OUTPUT SPEC 
3310A-3. MAR71 WO SER BELOW 947-01450.REC REPL 
3310A~4 : SEP73 WN SER BELOW 920-00651.REPL A1CR21- + A1CR2 2 
. 3310A/8-5 MAR74 WO 3310A SE? BELOW 1151A05900.33108 SER BELOW 1201A00950.MORE REL. A1c16 
3310A/B-6 ~~ NOV75 WN ALL SER.CORREC REPL: FOR Q1 + a2 OUTPUT TRANSISTORS. 
3310A/B~7A ; —» OCT81 WA 3310ASSER_ 1151A11370. & eoiieatnons SER 1201A05020 & BELOW. MOD TO. ELIM DISTORTION IN 
: CONT'D TRIANGLE & RAMP MODES 
33108 OPER & SERV MAN. =: OCT73_: 03310-90003 aM Be (03510-90055 8L.01 09 oz 
re py MAN CHANGE MAR82 03310-90003... 
‘MAN CHANGE GMBH OCT7é6 03310-90003 


SERV NOTE SET BELOW a cet 


44 /NRIRE 


PAGE 108. 


RIPTION wee 


INSTR OFF WHEN 


F GROUND 
BILITY. 


: TO STOP “s 


116A COMPUTER 


‘OUNT) 
TENT. TEMP 


leNOT AVAILABLE 


“PAGE 109 


INSTALL 'N DEC84 03310-90010 becae 03310-90210  8L 01 A1 01 


SERV NOTE SET BELOW ) T81_ . 

3310A~1A ‘MAR71 WO SER BELOW 0947A02850.MOD S70P DANG TO Q1 + a2 

S31NA-2 MAR71 WA SER BELOW 947-02850.MIN OUTPUT SPEC 
— 3310A-3.— _MAR71 WO SER BELOW 947-01450.REC REPL 

3310A-4 . SEP73 WN SER BELOW 920-00651-REPL AICR21 + A1CR22 

3310A/8-5 MAR74 WO 3310A SE? BELOW 1151A05900.3310B SER BELOW 1201800950. MORE REL A1¢14 

3310A/8-6 NOV75 WN ALL SER.CORREC REPL FOR @1 + a2 OUTPUT TRANSISTORS 

3310A/B-7A OCT81 WA 3310A:SER 1151A11370 & BELOW;3310B:SER 1201A05020 & BELOW.MOD TO ELIM DISTORTION IN 
“CONT'D ek TRIANGLE & RAMP MODES 


OPER & SERV MAN _—OCT73.: 03310-90003 MAY82 03310-90053. 8L 01 09 02 
MAN CHANGE. ; MAR82 03310-90003 
MAN CHANGE GMBH. OCT?76 03310-90003 


SERV NOTE SET BELOW ocTs1 


11/08/85 PAGE 123 
MODEL 0 LITERATURE H/C... H/C PART FICHE FICHE PART M PD , 
NUMBER C TYPE DATE NUMBER DATE NUMBER L T.YV 
- RR DESCRIPTION *k& DESCRIPTION x** DESCRIPTION kkk DESCRIPTION *** DESCRIPTION *** 


33108. 3310A/B-5 MAR?74 Wo 3310A SER BELOW 1151A05900.3310B SER BELOW 1201A00950 MORE REL A1C14 
es 3310A/8-6 NOV75 WN ALL SER CORREC REPL FOR Q1 + Q2 OUTPUT TRANSISTORS 


S SBA OPER & SERV MAN APR74. 03311-90001 SEP8O 03311-90051 8L..01 09 Oe 
MAN CHAN sJN80 03311-90001 
SERV NOTES SET BELOW APR&O: 
3311A~1 SEP76 WO SER BELCW 1244A07400.MOD IMPR PWR SUPPLY CAPACITORS 
3311A-2 ECTS. WO SER 1224A00100 TO 1224416201 CAPPROX) MOD TO PREVENT 20 MHZ OSC WHEN AMP CONTROL IS 
; CONT*D. BELOW HALF~WAY 
3312A..-. -~- OPER & SERV MAN AUS?5 03372-90002 OcT75 03312-90052" 8L. 01 09 02 USE 3312A FICHE 03312-90053 


OPER & SERV MAN -APRT? 03312-90003. NOV80 03312-90653* 8L 01 09 02 USE 3312 FICHE 03312-90054 
OPER & nay MAN MAY81 03312-90004 FEB83 03312-90054 8L 01 Ai 02 


MAN CHANG JAN83 03312-90004 — 
~ SERV NOTE SET BELOW APRB1 
3312A-1 APR76 dM ALL SER.COMMON PERFORM CHARACTERISTIC 
3312A-2 JUL79 WO SER 1432A03456 TO 1432A04515.MOD TO IMPROVE DISTORTION aT LOW END OF FREQ DIAL. 
3312A-3 DEC79 WO SER 1432A05505 & BELOW.PREF REPL FOR OP AMP AZ2-U104/U106 
3312A-4A FEG81 WO SER 1432A06631 & BELOW.SUGGESTED MOD TO PREVENT OUTPUT SIG CLIP/FREQ VARIATIONS 
33144 OPER MAN MAR82 03314-90000 NoVB2 03314-90050 8L 01 A1 02 
MAN CHANGE JUL82 03314-90000 
SERV MAN . JUN82 03314-90020 NOVB2 03314-90070* BL 01 A1 04 USE 3314A FICHE 03314-90071 
SERV MAN APR83. 03314-90021 JUNB3 03314-90071 8L 01 A1 04 
SERV NCTE SET GELOW a - JULB4 
 3316A-7 NOV83 WO ALL SER.MOD TO FIX FLASH PHASE LOCK INDICATOR 
332A OPER & SERV MAN DEC74 00331-90007 APR78 00331-90057 8L 01 09 02 
MAN CHANGE JAN78 00331-90007 hes 
MAN CHANGE UK ———sJUN7’7._ 00331-90007 
SERV NOTE SET BELOW JANBZ 
_ 331A/332A~1B MAY69 SER 717-01061 + UP(332A).REPL PRTS 
331A/332A-2 DEC65 SER 536-00420 + DOWN.INCR RANGE OF AZR3 BIAS ADJ MODIFICATION 
331A/332A-3 - NOT AVAILABLE 


SEIA/B3eR-4/2334/ SEP71 SER 4602-00109 + DOWN(331A);SER 536-00525 + DOWN(332A).REC REPL A2CR6 +  AZCRT 
eh a aad MAY66 WO A2Q4 EXTEND LIFETIME MODIFICATION 
334A/332A-6/533A/ JAN67 NOISE MEAS PROC IW AM CARRIER 


A/332A -7 NOV71 WO SER 716-02300 + DOWN(331A);SER 605-01060 + DOWN(332A).MOD TO REDUCE ZERO OFFSETS | 
331) 52A-8A/333/ MAR75 WA SER 982-04451 TO 1149406575 (331A); SER 985-01911 TO. 1145422750 (332A) 3980-01886 TO 113 
334A-7A 7A0?SI4S (333A) 5993-02841. TO 1140405365 (334A).RF1 MOD KIT.SUPER 331 /332A-8,333/334A-7 
331/332A-9 APR75 WO SER 837-03300 TO TARP ADSSOO CSSA) SER 909-07486 TO 1145A22750(332A).. INDUCTOR ADDED : 
CONT'D TO POWER LINE GROUND L 
ptt Acne Act JUL77 KN hai aaanae DOWN 1149407206 & 332A-SER DOWN 1140A6311.ELIM OF POT SAFETY HAZD: 
a ali JUN76. WN OE ok AAS RRE 1440U00696;332A SER BELOW 1448U00346.mM0D TO ELIMINATE 

A 

3BIN/S324~12/3350/ JUL77 WO SER 1149407845 & BELOW e 1551U00495 & BELOW.BRIDGE AMPLIFIER OSCILLATIONS 


332K SEP77 WO SER BELOW 1145A22870.REV. OF RF DETECTOR 
33] A/S5CA/3334/ MARE1 WO ALL SER.MOD TO ELIM OSC IN VTMT MODE 


334A-135— ; : aes ee 
331A/332A-14 ~ SEPB81 WO. ALL SER. TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRCUIT 


PAJOB IOS ke ie Se eg Ae MS he ee ee ee st BRE Age 
MODEL - Soagy LITEQATURE: = os H/O 0 H/C: PART FICHE FICHE Pant MP nD ee 


| 44/08/85 
MODEL 
NUMBER 


34664 


3468A/8 


oe | 11/08/85 


A LE EL MEINE rE TUAT S A, Ua Te IM PAR FAUOOI INOS IAS ZS OER FOOTUIZIE 1M TTR ACEIOUNOOECA) 2 FOUTUISOSO 10 TTS 


164 COMPUTER 334A-7A “TA02Z945 (333A) 5 993-02841 TO 1140005365 (334A). RF1_ MOD KIT.SUPER 331/332A-8,333/334A-7 
; 331/352h-9 APR75. WO SER 837-03300 10 Ain neSOD TAS 1A): SER 909-01486 TO. 1145A22750(332A) INDUCTOR ADDED 
UNT) ; TO POWER. LINE. GROUND LEA 
351A/332A-108-8 JUL77 WN SAFETY. S31R SER DOWN 1149407206 & 332A~SER DOWN 1140A6317.ELIM OF POT SAFETY HAZD 


[ENT TEMP... wo CONT'D so; SHOCK HAZ 
: aie oe pet iecen 0 10S JUN76 WN SAFETY. sSiA SER tery FS aebeeaaeogcs SER BELOW 1448U00346.MOD TO ELIMINATE 
CONT'D POTENTIAL SHOCK HAZ, 
BBIAIS52A-12/353A7 JUL77 WO SER 1149A07845 & BELOW * 1551U00495. & BELOW.BRIDGE AMPLIFIER OSCILLATIONS 


S32A-17A SEP77 WO SER BELOW 1145A22870.REV OF RF DETECTOR 
Seles ent MAR&1 WO ALL SER.MOD TO ELIM OSC. IN VTMT MODE : 


“SBIA/332A-14 -—SEPB1 WO ALL SER.TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRCUIT 


NOT AVAILABLE 


11/08/85 7 PAGE 124 
MODEL , LITERATURE H/C. H/C PART FICHE FICHE PART M PD 3 
TYPE DATE NUMBER DATE NUMBER CeTrey 
eke DESCRIPTION *** DESCRIPTION *** DESCRIPTION wee DESCRIPTION wee DESCRIPTION kkk 


PAGE 109. 


17/08/85 
MODEL 


eee NUMBER 
IPTION wrk 


| 3469A 
OPER & SERV MAN OCT76. 03320-90002 MAY80 03320-90052 8L 01 09 04. 
MAN CHANGE JAN80 03320-90002 
SERV NOTE. SET BELOW octT7s 
3320A/8-1 DEC72 WO SER BELOW 1138A00135.REPL OF A12AQ3 
3320A/B8-2 FEB76 WO 3320A SER BELOW J5ehA00ss9- 33208. SER BELOW 1532401239. FUSE INSTALL STOP ABCA FAILING 
CONT'D FROM DAMAGING A8 BOARD 3469B:: 
3320A/8-38 DEC77 WA ALL SER.MOD TO IMPROVE AIR CAP REL ELOW 1144A00199.STOP PWR SUPPLY DAMAGE ’ 
3320A/6-4 FEB76 WA 3320A SER 1138A00336 TO 1524A00450.33208 SER 1319A00891 TO 1532A01235. AIR CAP FAIL 
3320A/B~6 AUG7?7 WO 3320A-NONE;3320B-SER 1319A01150. & BELOW. CONTROLLER ROM CHANGE 
OPER & SERV MAN OCT76. 03320-90002 MAY8O. 03320-90052 8L.01 09 04 
MAN CHANGE JAN8O 03320-90002 
SERV NOTE SET BELOW cT78 
3320A/B~1 DEC72 WO SER BELOW 1438A00135. REPL OF Ai2AQ3 : 
3320A/B-2 FEB76 WO 3320A SER BELOW 1524A00459.33208 SER BELOW 1532A01239.FUSE INSTALL STOP A8C4 FAILING | 
CONT'D FROM DAMAGING A8 BOARD 
3320A/B~38 DEC77 WA ALL SER.MOD TO IMPROVE AIR CAP REL ELOW 1144A00199.STOP PWR SUPPLY DAMAGE 
FEG76 WA 3320A SER 1138A00336 TO 1124A00450.3320B SER 1319A00891 TO 1532A01235.A2P CAP FAIL - 347A 
AUG77 WO 3320A-NONE;3320B-SER 1319A01150 & SELOW.CONTROLLER ROM CHANGE - 
DEC77 WO ALL SER.IMPROVED STAG FOR D/A CONV 3A7A/3A94 
OPER MAN JUN73 03320-90045 SEP73 03320-90095* 01 09 7 USE 3320C FICHE 03320-90090 
OPER & ee MAN JAN74 03320-90042 AUG83 03320-90290 8L 01 09 0 BA701A 
MAN CHAN NOV76 03320-90042 
SERV NOTE SET BELOW ocT7s 
320C-1A OCT?77 WA ALL SER.REPL PROC FOR AIR CAP 34702A 
FE676. WN SER BELOW 1526A00201.FUSE INSTAL STOP A8C4 FAIL FROM DAMG A8 BOARD ‘ 
FEB76 WA SER 1314A00172 TO 1526A00201.AIR ee ecaiee FAILURE 
AUG7?7 WO SER BELOW 1314A00176.CONTROLLER ROM CHANGE 
3320€-5 DEC77 WO ALL SER.IMPR STABILITY FOR D/A CONV 
OPER & SERV MAN JUL78 03325-90000 FEB80 03325-90050* 8L 01 09 06 USE 3325A FICHE 03325-90051 34703A 
- OPER & SERV MAN NOV82 03325-90051* 8L.01 A1 06. US! 3325A FICHE 03325-90052 
OPER & SERV MAN SEP84 03325-90052 8L 01 A1 01 
OPER MAN DEC82 03325-90062* 8L 07 Ai 02 USE 3325A FICHE 03325-90063 
OPER MAN 3 AUG84 03325-90063 8L 01 A1 02 
INSTALL. NOTE 03325+90021 FEB85 03325-90221 8L 01 AT 01 
SERV NOTE SET BELOW ocTss 
1B. F SER 1748401200 & BELOW (USA);1818600370 & BELOW (GER). PUR SUPPLY MOD TO ASSURE THAT 
Ben (naa PROT CIRC WILL. OPER PROPERLY 
R 1748400231 THRU 1748A00425.REC MOD TO PREVENT EARLY FAILURE OF K1 RELAY 
1748N01300 & BELOW.MOD TO IMPROVE STATUS BYTE OPERATION. | 
1748A01075 & BELOW. OUTPUT FUSE CHANGE. 
1748A02350 & BELOW.MOD TO IMPROVE SQUARE WAVE PHASE CONTROL 
1748402300 TO 1748A02550.A6 BD ELECTROLYTIC CAP MAY BE INSTALLED. INCORRECTLY 
1748A02350 & BELOW.ADS TO MIXER DRIVER TO IMPROVE REL 
SER-RELAY CLEANING PROC 34720A 
SER 1748A02476 TO 1748A04675.MOD TO IMPROVE OCS REL 
3325A~-108 ARSS SER 1748A04257_& ABOVE & 1748A04401 -& ABOVE.NOT OF NEW PC BD CONN & CABLES SA721A 
eee otceee Ld THRU 1748807339. & 1818600101 THRU 1818G01930.NOTIFACA OF POT - 


3325A-12° U68: | SER 1748A05825 & BELOW.PROC FOR INSTAL REV E PWR SUPPLY 
3325A-13 WN SER 1748A04975 & BELOW.MOD TO PREV KEYED CABLE ABRASION 
3325A-14 SER. i aecwessey & BELOW. TRANS MOUNT MOD TO. PREV INTERM RESET & ERRONEOUS FRONT PANEL 


34721A/8 


PAGE 110° EB 99 (08/85 8 Sa ag ee a NE ES OS Bg CS DO ge bee a gine 
nee | MODEL == «LITERATURE = sH/C. SHC PART. ~=—sOFICHE «FICHE PART MP OD OP ; : emis MODEL 
metas ce | | MMBER 0 TYPE-—*—~*~=S ATES SNUBER=—s=éATE.=—=«é“NUMBERR: «Ss OVC = wane oS NIDBER 


3325A~4 
S32bAn5A 


3325-108 
3325A~11B-S 


3325a714 


PAGE 110. | s«Y 19708785 

pee A MODEL LITERATURE 
. NUMBER TYPE 

TION ek 

3325A 


3325A-164 
3325a-17 


pies 3325A-E04 = MAN MODIF 
‘AL VOLTMETR = | = | 3326A. «OPER. NOTE 


333A OPER & SERV MAN 
MAN CHANGE 
MAN CHANGE UK 333A 
MAN CHANGE UK 334A 
SERV NOTE SET BELOW 
333A/334A-18 
331A/332A~4A,333A/ 


S3GAq~2A ; 
331A/332A~5,333A/ 
ee 

ras 


; 333A AwS 
JPLR/CATRE = ae 331A/S32A-BA/333/ 
3S34A-7A 
cae 


‘ae CONT'D 
JPLR/CNTRE. 333A/334A-9B-S 

: 333A/334A~U-9-5 

334A-10 
. B34A-U-10A 

333A/334A-11 
333A/334A-U-11 
Teyana eee 


334A 
351A/352A/3334/ 
333A/3334A-14 
OPER & SERV MAN 


MAN CHANGE 
SERV NOTE SET BELOW 
3330A/B=1 


330A/8~15- 


pase 11 | | ttyogyes pees ane: 
>A A oo MODEL. 0 __ LITERATURE 
i NUMBER CC —ts«CSTYYPPE 

TION ee ee 


H/C 
DATE 


NOVBS 


NOVB4 
NOVB4 


- OCTB4 


NOV84 


ocT?5 


SEP71 


MAY66 


JANG? 
DEC67 


J 
JUL77 
MAR81 
SEP81 
DEC76 
A 


JAN80 


9 WA SER 1748A01075 & BELOW.OUTPUT FUSE CHANGE. 


WN SER 1748A02350 & BELOW.MOD TO IMPROVE SQUARE WAVE PHASE CONTROL 

WA SER 1748A02300 TO 1748A02550.A6 BD ELECTROLYTIC CAP MAY BE INSTALLED INCORRECTLY 
WA SER 1748A02350 & BELOW.ADJ TO MIXER DRIVER TO IMPROVE REL 

WN ALL SER.RELAY CLEANING PROC... 

WO SER 1748A02476 TO 1748A04675.MOD TO IMPROVE OCS REL 

WN SER 1748A04251 & ABOVE & 1748A04401  & ABOVE.NOT OF NEW PC BD CONN & CABLES 


WA SAFETY.SER: 1748A00101. THRU. 1748A07339 & 1818600101 THRU 1818G01930.NOTIFACA OF POT 


- <BLECTR: SHOCK HAZ 

WN SER 1748A05825 & BELOW.PROC FOR INSTAL REV E PWR SUPPLY 

WN. SER 1748404975 & BELOW.MOD TO PREV KEYBD CABLE ABRASION 

WO SER 1748413470 & BELOW.TRANS MOUNT MOD TO PREV INTERM RESET & ERRONEOUS FRONT PANEL 


PAGE 125 


H/C enn’ yy FICHE PART M P DP 
NUMBER DAT NUMBER LT VG 
xke DESCRIPTION She DESCRIPTION *** DESCRIPTION ***. DESCRIPTION *** DESCRIPTION wee 


DSPL 

WO SER 174841 6025-1748416025;1748416030-1748416039; 1748416042; 1748416044 & ABOVE.REC. 
EPROM TO REPLACE MASKED 

WO SER.1748A16400 & BELOW. 30 MHZ CRYSTAL CHNG TO PREV INTERN OSCIL FAIL 

WA SER 1748416000 & SELOW.NEW WASHER IMPROV ATTEN BD REL 


03325-90040 SEP85 03325-90053 8L 01 A1 01 
03326-90001 FEQ85 03326-90201 8L 01 A1 01 


00333-90008 MAR81 00333-90055 8L 01 09 02 
00333-90008 oles 
00333-90008 
00333-90008 


JANS2 
A2Q1 RECOMMENDED REPLACEMENT Q 
333A SER 533-00250 + DOWN;334A SER 3368-00200 + DOWN. AZS -R6 + A2CR? REC REPLACEMENT 


MOD TO EXTEND LIFETIME OF A2Q4 
AM CARRIER NOISE MEAS “PROCEDURE 


333A SER 624-00800.+ DOWN;334A SER 625~00825 + DOWN.MOD TO REDUCE ZERO OFFSETS 
982-04451 TO. 1149006575 (331A); SER 985-0191. TO. 1145A22750(332A);SER 980-01886 TO 1137 
A02945 (333A) ;SER 99302841 TO 1140A5365(334A).RF1 MOD KIT SPR $344/332A-8,333A/334A7 
SER 910-61351 TO MISEMey Se GI2K0s SER 908-01866 TO 1140A05365 (334A) . INDUCTOR ADDED 
TO POWER LINE GROUND LEA 

SAFETY.333A SER BELOW 1137803316; 3344 SER BELOW 1140A06311-MOD TO REDUCE SHOCK HAZRD 
SAFETY.333A SER 1141U00601A + pom eens 1441U00745A + UP.MOD TO REDUCE SHOCK HAZARD 
SER 1145A05870 + DOWN.RF DETECT REPL 

SER 1532U-00840 + DOWN.RF DETECT REV 

333A SER 1137A03S50 + DWN,334A SER 1140A07060 + DOWN. TRANSIS BETA REVISION 

B335A-SER 1726U-00961 & BELOW;334A-1425U-01461 & BELOW.MOD TO TRANSISTORS 

SER 1137A03610 & BELOW & 1551U00950 & BELOW. BRIDGE AMPLIFIER OSCILLATIONS 


ALL SER.MOD TO ELIM OSC IN VTMT MODE 
ALL SER. TRELESHTNG PROC. TO TEST INTERMITTENT METER CIRCUIT 


03330-90002 MAR79 03330-90052 8.01 09 04 
03330-90002 


JUL84 
WO. 3330A SER BELCY 33308.3330B SER BELOW 1144A00199.M0D STOP PWR SUPPLY DAMAGE 
WO 3330A SER BELOW 1145A00105.3330B SER BELOW 1144A00160.PHASE DETECTOR MOD 
ER BELOW 1145A00112.MOD STOP PWR SUPPLY OSCIL.NOT AVAILABLE 

SER-OPT 002 CRYSTAL OSCILLATOR 
SER.REPL PN FOR LED DISPLAYS 
SER.POS CAUSE OF FREQ OFFSETS 
SER. IDENT + USE OF OLD + NEW STYLE CONTROLLER SOARDS 

O ALL 3330A SER.3330B SER BELOW 1313A01160.MOD STOP CONTEOLLER BOARD FAILURES - 
SER.TEST FOR COMPAT WITH 3570A 
1331A02237. & BELOW.REC ISOLATED HP-I8 TIMING IMPROVEMENT. | 
1313A02622 & BELOW.MOD TO IMPROVE POWER SUPPLY: REL 

SER 1313002578 & BELOW.PROC FOR DELETING RELAY & IMPROVING PERF 
WN ALL SER.NOTIFICATION THAT 03330-69579 WILL NO LONGER BE AVAIL 


H/e PART a “FICHE a MPD P. 


NUMBER. DAT. ‘NUMB! Cor: Go By 
ake ‘DESCRIPTION ae DESCRIPTION wit DESCRIPTION tie DESCRIPTION he DESCRIPTION she es 


PAGE 126 


34720A 


| sa72t, 


34721A/B 


11/08/85 
MODEL 


NUMBER. 
347216 
3A740A 


34750A 


41/08/85 - 
MODEL 


NUMBER 


S55UA~5 = SER BELOW 1145AU0712.M0D STOP PWR SUPPLY OSCIL.NOT AVAILABLE 


3330A/8~4 MAR74 WO ALL SER.OPT 002 CRYSTAL OSCILLATOR 

3330A/R-5A DEC80 WO ALL SER.REPL PN. FOR LED DISPLAYS 

3330A/8-6 DEC74 WO ALL SER.POS CAUSE OF FREQ OFFSETS 

3330A/8-7 MAR75 WO ALL SER. IDENT. + USE OF OLD + NEW STYLE CONTROLLER SOARDS . ne 

3330A/B8-3A ‘AUG76 WO ALL 3330A SER.3330B SER BELOW 1313A01160.MOD STOP CONTE.OLLER BOARD FAILURES 

3330A/B-9 -- SEP76 WN ALL SER.TEST FOR COMPAT HITK 3570A_ 

33304 /8-10. OCT78 WA SER 1331A02257 &BELOW.REC ISOLATED HP-I8 TIMING IMPROVEMENT. 

3330A/B-11A MARBO WA SER 1313A02622 & BELOW.MOD TO IMPROVE POWER SUPPLY REL : 
3330A/B8-12 DEC79 WO SER 1313A02578 & BELOW.PROC FOR DELETING RELAY & IMPROVING PERF ‘ 


3230A/B~13 JAN8O WN ALL SER.NOTIFICATION THAT 03330-69579 WILL NO LONGER BE AVAIL 


PAGE 111 1 44/08/85 PAGE 126 41/08/85 
MODEL LITERATURE H/C H/C PART FICHE FICHE PART M P.D P a MODEL 
Cae NUMBER Cc TYPE DATE NUMBER DATE NUMBER LT YG : NUMBER 
ION ake arcane xi DESCRIPTION *** DESCRIPTION. *** DESCRIPTION *** DESCRIPTION *&* DESCRIPTION *** a 
: 3330A ere 4B JAN81. WA SER 1313A01918 & ge hte TERM OF HP~IB LINES ON A34 ASSY (READ THIS WHEN 3480A/8. 
ne CHANGING A6 ASSYS ON ABOVE UNI 
S550A/i-15 MAR81 WO ALL SER.REPL SLIDE SWITCHES ON i & A7 BDS WITH SHORT WIRE JUMPERS TO IMPR REL 
3330A/8717 FEB81 WO ALL SER.ON“SITE REPAIR SERV KIT FOR 3330A/B OPT. 004 
ee & cekv MAN DEC76 03330-90002 MAR79 93330-90052 8L 01 09 04 
MAN CHANG AUS78 03330-90002 | 
SERV NOTE SET BELOW JUL81 ols 
330A/B-1 NOV72 WO 3330A SER BELOW 333(18.3330B SER BELOW 1144A00199.MOD STOP PWR SUPPLY DAMAGE 
2 WO 3330A SER BELOW 1145A00105.3330B SER BELOW 4344A00160.PHASE DETECTOR MOD 
SER BELOW 1305A00260.M0D STOP PWR SUPPLY OSCIL.NOT AVAILABLE 
ALL SER.OPT 002 CRYSTAL OSCILLATOR 
ALL SER.REPL PN FOR LED DISPLAYS 
ALL. SER.POS CAUSE OF FREQ OFFSETS 
) ALL. SER. IDENT + USE OF OLD + NEW STYLE CONTROLLER BOARDS ; 
ALL 3330A SER.3330B SER BELOW 1313A01160.MOD STOP CONTROLLER BOARD FAILURES 
ALL SER.TEST FOR ‘COMPAT WITH 3570A 34808 
SER 1331A02237 & BELOW.REC ISOLATED HP-IB TIMING IMPROVEMENT. 
; SER 13135A02622 & BELOW.MOD TO IMPROVE POWER SUPPLY REL 
3330A/B-12 SER 1313A02578 & BELOW.PROC FOR DELETING RELAY & IMPROVING PERF 3480C 
| 3330A/8°13 : ALL SER.NOTIFICATION THAT 03330-69579 WILL NO LONGER BE AVAIL : 
CONT'D CHANGING A6 ASSYS ON ABOVE UNITS F HP-IB LINES ON A34 ASSY (READ THIS WHEN 3480C/D 
3330A/8-15 SER 1373A01160 & SELOW.REPL SLIDE SWITCHES ON AG & A7 BDS WITH SHORT WIRE JUMPERS TO 
CONT'D IMPROVE. REL 
33308-15A ALL SER.TRELSHTNG TIPS FOR SWEEP PROBLEMS IN SYST APPLICATIONS 
33308-16 ALL SER.REC REPL HP-IB A6 8D TO INPROVE. PERF 
: : 3330A/8-17 F 1 WO ALL PER: ON-SITE REPAIR SERV KIT FOR 3330A/B8 OPT 004 
333118 — SERV NOTE SET nooeer .  OCT79 
33311871 ALL SER.CLEANING OF SOLENOID CONTACTS 
3 353116-2/33311C~1 may?9 SER 1560A & BELOW.MOD TO IMPROVE CONTACT REL OF COAXIAL SWITCHES. 
33311¢ ~~. SERV_NOTE_SET BELOW cT79 3480D 
333118-2/33311C=1 MAY79 SER 1560A & BELOW. MOD TO IMPROVE CONTACT REL OF COAXIAL SWITCHES. 
333308/C SERV NOTE SET BELOW OfT79 3480D-001 
:  33330B8/C=-1 SEP76 WN ALL SER.DIODE MODULE REPLACEMENT oH 
4 
‘B335A OPER & SERV MAN JUN77 03335-90002 FEB78 03335-90050* 8L 01 HH 06 USE 5335A FICHE 03335-90051. ene 
OPER & SERV. MAN AUG78 03335-90003 JUN81 03335-90051 8b 01.09 06 34B1A 


REV PAGES A OCT78 03335-90003 
MAN CHANGE ane! 03335-90003 
OPER MAN AN79 03335-90011 DEC82 03335-90661 8L 01 A1 01 
INSTALL NOTE pecea 03335-90020 FEB85 03335-90220 8L 01 Al 01 
OPER NOTE DEC84 03335-90022 hehe 03335-90222 < 07 A101 


SERV NOTE SET BELOW T83 
3335A-1 JUL78 WA SER BELOW 1640400261 OPT 002, 003,00 4 & ALL SER STD & OTHER OPTS.MOD TO PREVENT 
AUTO SWEEP MODE. ROM ERROR 
SEP78 KN SER BELOW 1640A00300.ELIM OF POT PROB WHEN REPL aes bel eee Aa. 
OCT78 WN SER BELOW 1640A00376.REC INSTALL OF SPEC SWEEP MODE SWITCH. 
MAR8O WO SER 1640A00703 & BELOW.MOD TO PREVENT LOCKING FAILURES OF SUMMATION “CO 
MARSO WO SER 1640A00703_ & BELOW.MOD TO IMPR SWEEP OUTPUT REL 
APR81 WN ALL SER.TEST SPEC CHANGE FOR INTEGRATED PHASE NOISE TEST 
APR81 WN ALL SER.NOTIF OF AVAIL OF SERV KIT (03335-69800) 
33358~8 MAY81 WN ALL SER. EQUIP SAFETY: PROCED FOR TRBLSHTNG CONTROLLER (A13). ASSY 


3482A 


PAGE Tia aoe ee . at ee on _ PAGE 127 qe Vag jonses 

save ieee ea 8 O LITERATURE we A/C PART FICHE FICHE PART Pe , P ae oe aks oe Soibes 11/08/85 

poy crn ty pS MER, og TRE NUMBER DATE ———sNUM@ER LT ee eee a 
Bead aig , aa DESCRIPTION whe DESCRIPTION hela DESCRIPTION tik DESCRIPTION # aie DESCRIPTION + tik VS 


3335A 3335-9 st—:*« NW SER 1640A01900 & BELOW.MOD TO CURE INTERM DISPLAY BLANK & RANDOM CONTROL ag 


JUL78 WA SER BELOW 1640AG0261 OPT 002, 003,00 4 & ALL SER STD & OTHER OPTS.MOD TO PREVENT 


CONTD AUTO SWEEP MODE. ROM ERROR 
S3335A-2 SEP78 WN ‘SER BELOW 1640A00300.ELIM. OF: POT PROB WHEN REPL A4U56,A5Q1,A5Q2,A5CR3,0R. A4. 
3335A-3 _OCT78. WN SER BELOW 1640A00376.REC INSTALL OF SPEC SWEEP MODE. SWITCH. 
3335A~4 MAR8O. WO SER 1640A00703 & BELOW.MOD TO PREVENT LOCKING FAILURES OF SUMMATION “CO 
3335A75 MARSO WO SER 1640A00703 & BELOW.MOD TO IMPR SWEEP OUTPUT REL 
3335A~6 »APR81 WN ALL SER. TEST. SPEC CHANGE FOR INTEGRATED PHASE NOISE TEST 
3335A~7 APR81 WN ALL SER.NOTIF OF AVAIL OF SERV KIT (03335-69300) 
33358~8 MAY81 WN ALL SER.EQUIP SAFETY PROCED FOR TRBLSHTNG CONTROLLER (a13) ASSY 


PAGE 112 


“1/08/85 
MODEL 


PAGE 127 
LITERATURE H/C 


H/C PART FICHE FICHE PART M P D P ee 


NUMBER TYPE DATE NUMBER DAT NUMBER LT V6 aa 4 NUMBER ( 
IN: icici kkt DESCRIPTION *** DESCRIPTION *** DESCRIPTION xkk DESCRIPTION *** DESCRIPTION *ee 
3335A 3335A~9 _JUN83 WA SER 1640A01900 & BELOW.MOD TO. CURE INTERM DISPLAY BLANK & RANDOM CONTROL SgQaa 
3335A~10A OPER NOTE DEC84 03335-90021 FEB85 03335-90221 8L 017 Ai 01 
' B336A OPER & rae MAN OCT?79 03336-90000 DEC79 03336~90050* 8L 01 Ai ay USE 3336A FICHE 03336-90051 
- SERV. M, J 03336-90001 JUL83 03536-90051. 8L 01 A1 
INSTALL NOTE 03326-90002 FEB85 03326-90202 8L 01 Ai of : 
OPER NOTE 03336-90021 FEB85 03336-90221 8L 01 A101 ZA8GA-HO4 
3336A/B/C SERV NOTE SET BELOW ocTss 34840-0411 
: os  3336A/B/C-1 Mi, WN et SER 1930A00118 & BELOW;35366 SER 1937A00116 & at ap SER 1932A00126 -& 
CONT'D BELOW.MOD TO REPL. CABLES a CONN WITH NEW IMPROVED ZéR4A-042 
3336A/B/C=2 wo mee SER 1930A00103-1930A00112;3336B8 SER 4951AD0101~1931A00110;3336C SER 1932A00101 ; 
CONT'D ‘0. 1932A00107. REPL OF FRONT PANEL. KEY CAPS 3484-043 
3336A/8/C~3 WN ‘UL SER.NOTIF OF SPARE PARTS SERV KIT. (03336-68701) 
3336A/B/C~4A WN 3336A:SER 1930A00409 & BELOW;3336B8:SER 1931A00396 & BELOW;3336C:SER 1932A00276 & 3485A 
CONT'D BELOW.PROC FOR REPL REV A,REV 8, OR REV C PWR SUPPLIES WITH REV D POWER SUPPLY 
3336A/8/C-5B-S SAFETY.3336A:SER 71930A00409. THRU 1930A0030;33368:SER 1931A00396 THRU 1931400570; 
CONT'D 3336C21932a00276 THRU 19S52A00340.NOTIFCA OF POT ELECTR SHOCK HAZ 
3336A/B/C-6 ALL SER INSTALL OPT 004 RETROFIT KIT 
3336A/B/C-9 SPARE PARTS SERV KIT. 
3336A/8/C=10 ALL SER.RELAY CLEANING PROC - 
3336A/B/C-14 ) B336A:2SER 71930A00987. & BELOW;3336B: SER 1931A01735 & BELOW;3336C:SER 1932A00667 
CONT'D BELOW. TRANS MOUNT MOD TO. PREV. INTERM RESETS & ERRONEOUS. FRT PAN DISPLAY 
3336A/38/C-15A 3336A:SER 1930A01115 & BELOW; 33368:SER.1931A02240 & BELOW;3336C:SER 1932A00850 S4RBA 
CONT'D. & BELOW.HIGH FAIL RATE IN 3OHMZ REF CRYSTALCA3Y1:P/N 0410-1115) ; oo 
OPER & SERV MAN 03336-90000 DEC79 03336-90050* 8L 01 04 USE 33368 FICHE 03336-90051 
SERV MAN 03336-90001 JUL83 03336-90051 os 
OPER MAN 03336-96010 DEC82 03336-90060 02 
OPER NOTE 03336-90021 FEB8S 03336-90221 : A101 
OPER & SERV MAN 03336-90000 DEC79: 03336-90050* 04 USE 3336C FICHE 03336~90051 
SERV MAN 03336-90001 JUL83 03336-90051 8 0s ; : 
OPER MAN 03336-90010 DEC82 03336-90060 02 
OPER NOTE 03336-90021 FEB85 03336-90221 01 
IMSTALL. NOTE 00334-90010 FEB85 00334-90210 01 349A 
OPER & SERV MAN OCT75 00333-90008 MAR81 00333-90058 02 
MAN CHANGE DEC80 00333-90008 349A~HO1 
MAN CHANGE UK 333A. MAR76 00333-90008 
_ MAN CHANGE UK 334A . JUN77 00333-90008 349A~HO2 
SERV NOTE SET BELOW OCcT85 A 
333A/334A-18 MAY69 A2Q1 RECOMMENDED REPLACEMENT 3490A 
333A SER 533-00250 + DOWN;334A SER 538-00200 + DOWN.A2CR6 +. A2CR7 REC REPLACEMENT : ; 


S31A/SS2A~4A/333A/ SEP71 
331A/332A-5,333A/  MAY66 
331A/332A-6,333A/ JANG? 
3334A-4 


MOD TO EXTEND LIFETIME OF A2Q4 
AM CARRIER NOISE MEAS PROCEDURE 


333A/334A-5 DEC67 WO 333A SER 624-00800 + DOWN;334A SER 625-00825 + DOWN.MOD TO REDUCE ZERO OFFSETS 

331A/332A-8A/333/. MAR7S. WA 982704451. TO 1149A06575 (331A); SER. 985-0191 TO blaring SER 980-01886 TO 1137 

334A- A02945 (333A) ;SER 99302841 TO 1140A5365(334A).RF1 MOD KIT SPR 331 31A/332A-8,S33A/S34A7 
~ S33A/334A-8 APR75 WO SER 910-01351 TO 1137A02945 (333A) ;SER 908-01866 TO T1AOADS365 G34A). INDUCTOR ADDED 


PAGE 113 11/08/85 
ee MODEL 


ee maa PAGE 128 
0 LITERATURE ——*HC 


- MC PART «FICHE «FICHE PART MOP DP ee ae eae 
Ce | NUMBER CC TYPE sé MBER. DATE: =—-—sSNUMBER. =soL STV «OG oe pero 
Nee | (ibs ee oe emt DESCRIPTION tit DESCRIPTION tke DESCRIPTION #He DESCRIPTION + tek DESCRIPTION tek - ; : 
ae | 334A CONT'D __ TO POWER. LINE GROUND LEAD oe) oe ee 
ete 333A/334A-9B-S SEP77 WN SAFETY.333A SER BELOW 1137A03316;3340, SER BELOW. 1140406311. MoD TO REDUCE SHOCK HAZRD cos [Pe 


Te s2ZL A 11-0..8 


AGE 113 11/08/85 
- MODEL 


NUMBER 
trick 


3358. 


33808 


339A 


340A 
3408 


3400A 


AGE 114 11/08/85 
MODEL - 
eas, NUMBER: 
34008 


IFIALIICA-FPIIIAL 
~ 


331A/332A-6,333A/ 
3334A-4 


333A/334A°5 
ee? 


333A/334A-8 


LITERATURE 
TYPE 


CONT'D 
333A/334A-9B-S 
333A/334A-U~9-S 
334-10 


B 
334A-U=10A 
333A/334A-11 


- -333A/334A-U-11 


334 A/S32A-12/333A/ 
334A~12 

331A/332A/333A/ 
S4A-13 


1 
BE3A/334A-14 


SERV NOTE SET BELOW 


~ 335B-10 
OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 

MAN CHANGE A 

MAN CHANGE. 6 

SERV ae SET BELOW 


339A-9 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 
SERV NOTE SET BELOW 
340B/342A~4 
340B/342A-5 

CONT'D 


OPER & SERV MAN 


LITERATURE 
TYPE. 


OPER & SERV MAN 


JAN66. 03380-90000 


H/C H/C PART — FICHE FICHE PART MP D Ff 
NUMBE 


RATOO MUD IU EATEND LIPELIME UF AcCRS 
JAN67 AM. CARRIER NOISE MEAS PROCEDURE 
DEC67 WO 333A SER 624-00800 + DOWN; 334A SER 625-00825 + - DOWN. MOD TO REDUCE ZERO OFFSETS 


MAR7S WA 982-D4451 TO 1149A06575(351A)sSER 985-0191 TO 1145A22750(332A);SER 980-01886 TO 1137 
5344/332A-8, 333A/334A7 


A02945(333A);SER 99302841 TO” 1140A5365 (334A) .RF1 MOD KIT SPR 
APR75 WO SER 910-01351 TO 1137A02945(333A);SER 908-01866. TO AMNERDSS09 . aa) x INDUCTOR ADDED 


: PAGE 128 
H/C H/C PART FICHE FICHE PART M PD : 
DATE NUMBER DATE NUMBER LT V 

waxk DESCRIPTION x** DESCRIPTION *%* DESCRIPTION ‘tek DESCRIPTION *** DESCRIPTION #% 


TO POWER LINE GROUND LEAD 


SEP77 WN SAFETY.333A SER BELOW 1137A033163334A SER BELOW 1140A06311.MOD TO REDUCE SHOCK HAZRD. 


SEP76 WN SAFETY.333A SER 1141U00601A + DOWN;334A 1441U00745A + UP.MOD TO REDUCE SHOCK HAZARD 
SEP77 WO SER 1145A05870 & BELOW.REC REPL FOR A4 R.F. DETECY ASSY 
bath WO SER 1532U-00840. + DOWN.RF DETECT REV 
6 WO 333A SER 1137A03550 + DWN.334A. SER 1140A07060 + DOLN.TRANSIS. BETA REVISION 
MONT? 7 WO 333A-SER 17260-00961 & BELOW; 334A-1425U-01461 & BELCW.MOD TO. TRANSISTORS 
WUT? WO SER 1137A03610 & BELOW & 1551U00950 & BELOW.SRIDGE AMPLIFIER OSCILLATIONS. 


MARS1 WO ALL SER.MOD TO ELIM OSC IN VTMT ‘MODE 
SEP81 WO ALL SER.TRBLESHTNG PROC TO TEST INTERMITTENT METER. CIRCUIT 


JUL81 
71... CRYSTAL. OVEN MERCURY COLUMN THERM RPL 
CRYSTAL OVEN HEATER RELAY. REPLACEMENT 
CRYSTAL REPL + RETUNING PROCEDURE 
NOT AVAILABLE 
NOT AVAILABLE 
SCHEMATIC DIAGRAM 
NOT AVAILABLE 
_-NOT AVAILABLE 
NOT. AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
SER 567 + DOWN.PWR SUPPLY, CRYSTAL OVEN CIR MODIFICATIONS 


MAY84 03380-98000 Bt 01 09 02 


JUL66 03380-90000 


NOV7? 00339-90000 
APR78 00339-90001 
FEB83 00339-90001 
FEB83. 00339-90001 


JULES 
AUG78 WA SER BELOW 1730A00451.SOLVING OSC PROBLEMS WHEN TSTNG HI GAIN AMPLIFIERS 


JAN78 00339-90050* 8L 01 09 02 USE 339A FICHE 00339-90051 
MAY83 00339-90051 8L_ 01 09 02 


~AUG78 WN SER BELOW 1730A00410.PROC FOR REPL OF ZENER DIODES A4CR5,A4CR11 & PHOTOCELLS A3E1 /E2 


SEP78 SER BELOW 1730A00555.REPL PROC FOR PHOTOCELL A3E1. 

OCT78 WN SER BELOW 1730A400409.REPL PROC FOR PHOTOMODULE A2E1. 

JUL80 WA SER 1730A01955 & BELOW.SOLUTION TO RANGE=TO-RANGE DISTORTION PROBLEM 
JUL80 WO SER 1730A02155 & BELOW.SWITCH-SHAFT COUPLER CHANGE TO IMPROVE RELIABILITY © 
DEC8O WN SER 2025A02365 & CELOW.SOL TO INADEQUATE FREQ VERNIER OVERLAP 

JUN81 WO ALL SZR.TRBLESHTNG PROC.TO TEST INTERMITTENT METER CIRC. 

MAR84 WO ALL SER.MOD TO PREV DRIFT ON ODB DIST RNGE 


JANOO 340A-900 SEP70 00340-90006 «01 04 01 


AUG68 00340-90004 MAY81 00340-90007 8L 01 04 02 
DEC80 00340-90004 


JAN83 
MAR68 ALL SER.BURNOUT PROTECTION ADJUSTMENT 
AUG82 WA Seerane Sa TO 2038A03431;342A:SER 1930403377 TO 2038A03644;MOD TO PREV R120 


JUN72 03400-90008 SEP83 03400-90058 8L 01 09 02 


PAGE ee 


NUMBER DATE - R bet OV 
he DESCRIPTION *** DESCRIPTION *&* DESCRIPTION tik DESCRIPTION kkk DESCRIPTION eine 


DEC82 03400-90012 -JUNB4 03400-90062* BL 01 09 02 USE 3400A FICHE 05400-90063 
AUG84 03400-90013 _SUNBS 340070063, BL 01.09.0 
_, MAYS 03400-90015 es a 


11/08/85 
MODEL 
NUMBER 


3490A 


11/08/85 
"HODEL 
NUMBER 


3AS7A 


MAN CHAN DEC80. 00540-90004 


SERV NOTE. ser BELOW 83 

3408/342A MAR68 ALL. SER.BURNOUT PROTECTION ADJUSTMENT 

3A08/3624-5 ‘AUG82 WA 340B:SER 1940A03431 TO 205BA03431 3424: SER 1930A03371 TO 2038A03644; MOD TO PREV R120 
CONT'D SHORTING OUT 


0 
0 
I 
M 
Ss 
“§ 
M 


OPER & SERV MAN JuN72 03400-90008 SEP83 03400-90058 8L 01 09 02 


11/08/85. eee | | : | PAGE 129 
MODEL ' 


LITERATURE H/C H/C PART FICHE. FICHE PART M PD P isos? 0: 
NUMBER TYPE DATE NUMBER DATE NUMBER LT VG NUMBER C 
kk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** 
OPER & SERV MAN © DEC82 03400-90012 JUN84 03400~90062* 8L 01 09 02 USE 3400A FICHE 03400-90063 Z497A OF 
OPER & SERV MAN AUG84 03400-90013 JUN85 03400-90063  8L 01 09 02 : SE 
MAN CHANGE MAY85 03400-90013 3a 
SERV NOTE SET BELOW JAN8S oe!) 
3400A-1 JUN68 REC REPL TRANSISTORS 34 
3400A-28 MAR69 REC COMPON REPL.SUPER 3400A~2A,6,7,8 34 
3400A-3 - NOT AVAILABLE 34 
S400A~4 CHECK THERMOCOUPLES 34 
3400A-U-1000 SER BELOW. 1232U01515.REPL PWR REGLTR TRANSISTOR.NOT AVAILABLE ¢ 
ALL SER.PREF ae SWITCH REPLACEMENT ; 34 
SER 128A21280 & BELOW.SERIES REGULATOR TRANSISTOR REPLMT 34 
SER 1218A23475 & BELOW.REC XFORMER REPL KIT 03400-68701 FOR OLDER INSTR ‘34 
SER 1218A26678 TO 1218A26870.TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRC C 
SER 2225 & BELOW.REC REPL PHOTOCHOPPER. AMPLF ASSY 34 
WN SER 2225 © BELOW.REC REPL FOR THE CHOPPER AMPLF 34 
3400A~15 ALL SER.UPDAT OLDER INTRU RETROFITT NEW INPEDANCE CONV 34 
OPER & SERV MAN NOV72 03403-90002 JAN83 03403-90052 8 01 09 03 — oH 
SERV NOTE SET BELOW JUL81 34 
3403A/B~1/3403C-5 MAR75 WA 3403A/B ALL SER.3403C SER BELOW 1452A*** REPL BY 3403A/B-2-S/3403C-6-S 34 
ee! SEP77 WA SAFETY.3403A/B ALL SER.3403C. SER BELOW 1452A01206.BANANA ADAPTER MISWIRING 34 
34030 ~7 SEP78 WN ALL SER.REC MOD TO UPDATE 3403A TO 3403C. a 
OPER & SERV MAN NOV72 03403-90002 heey 03403-90052 8L 01 09 03 ; 3 
SERV NOTE SET BELOW JUL81 3A 
3403A/8-1/3403C-5 MAR7S WA 3403A/6 ALL SER.3403C SER BELOW 1452Ae#* REPL BY 3403A/B-2-S/3403C-6-S 34 
3403A/B-2-S/ SEP77 WA SAFETY.3403A/B ALL SER.3403C SER GELOW 1452A01206.BANANA ADAPTER MISWIRING 
'- 3403C-6=5 | 3498A —- OF 
OPER & SERV MAN JUN74 03403-90005 MAR81 03403-90053  8L 01 09 03 st 
MAN CHANGE N 03403-90005 C 
REV PAGES NO 4 03403-90005. 34 
SERV NOTE SET BELOW JUL81 34 
3403A/6-1/3400C-5 3403A/B ALL SER.3403C SER BELOW 1452Ax%* REPL BY 3403A/B-2-S/3403C-6-S 1078 
3403C-1 Z fod ALL. SER. IMPR LIGHT EMMIT DIODE ANNUNC 350A OF 
3403C-2 TRBLSHTG PROC FOR DIG PANEL METER HP P/N 5060-9133 (FOLD-UP STYLE) 
3403C-3 N PN 5060-9131/32/33.REPL PN LED DISPLY 3508 OF 
ptt tA aig APR75 3403C RMS VOLTMETER. 3469B MULTIMETER1 3575A GAIN“PHASE METER DIG PANEL METER REPAIR 
ert ad SEP77 SAFETY.3403A/B ALL SER.3403C SER BELOW 1452A01206.BANANA. ADAPTER. MISWIRING sedesb Ht 
SEP78 ALL SER.REC MOD TO UPDATE 3403A TO 3403C. 350. OF 
OcT86 SER 1452A04110 & BELOW.REC MOD TO IMPROVE PERF my 
3403-9 APR81 ALL SER.MOD TO IMPROVE PERF WHEN REPL OP~AMPS A12I1C4 
SN ze 
OPER & SERV MAN FEB75 03406-90004 JAN76 03406-90054* 01 09 02 USE 3406A FICHE 03406-90055 peels oe 
OPER & SERV MAN MAR81 03406-90055 8L 01 09 02 ‘350716 “OF 
MAN CHANGE 0005 
MAN CHANGE GMBH 03406-90005 “35071C.- OF 
SERV NOTE SET BELOW JANB5 | ts ie ee eee, 
3S406A-1A Mi REC REPL.OBSOLETES 3406A~1,2,3,4,576 35071D OF 
3 WO REC REPL FOR A303 
3406A-8A WO SER 1722A07575 & BELOW.CALIB ASSY REC PART REPL 


3A06A-9 WN A3@i2 REPL sad a a 


11/08/85 ae | : oa PAGE 130 
MODEL 


LITERATURE W/c PART FICHE FICHE PART MP DP , ye roe aan 
TYPES DB NUMBER DATE NUMBER L VG Neg NUMBER Cc 
moe, wie DESCRIPTION #** DESCRIPTION *** DESCRIPTION the DESCRIPTION he DESCRIPTION *x* Dee ae 
-3406A-10 oo SEP81 WO SER 1722a06222 To 1722A06322. TRBLESHTNG PROC TO. TEST. INTERMITTENT METER CIRE Ss 3514, oP 
“3A10A——-—=—s«COPER © SERV MAN. APR69-03410-90002 —JAN76 03410-90052 aL 01 09020 nn sees ee ea Pt). reer 
MAN CCHANGE = JUL72_ 03410-90002 | : : : \- : 


CCRY NOTE CET RAEI OW SEES bal GAN79 Joc. ew : Ae : a ; ees BAe 35 


MAN LAANGE 


PED UOSU0T7UUUS 


SERV NOTE SET BELOW JAN8S aus a 
3A06A~1A MARG? | REC REPL. OBSOLETES 34064-1,2/3,4,5,6 35071) op 
3406A-7 AUG69 WO REC REPL FOR A303 

3406A-8A SEPBA WO SER 1722A07575 & BELOW.CALIB ASSY REC PART REPL 3513A oP 
3406A-9 JAN7S WN A3Qi2 REPL 


11/08/85 ae ~ PAGE 130 41/08/85 
MODEL 0 —_LITERATURE = ssH/C_—=—SSS#HK/C. PART — FICHE «FICHE PART M OP OD OP : sore o 
MMBER  C TYPE DATE NUMBER —sOdDATE.~=—SsSNUMBER =sL_T_~V «OG ait a 
: tek DESCRIPTION ##k DESCRIPTION *t* DESCRIPTION *A DESCRIPTION #** DESCRIPTION #** | 
3406A=—S—=Ss3AGA10 SEPB1 WO SER 1722406222 TO 1722A06322.TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRC tha ope 
3410A = —=«—CSPER & SERV MAN APR69 03410-90002 JAN76 03410-90052 8L 01 09 02 a 3521 
\- MAN. CHANGE JUL72 03410-90002 f BCONse AL SER 
SERV NOTE SET BELOW N79 : eS 
3A10A-1 AUGS7 SER BELOW 719-00172.MOD TO INPROVE RELIABILITY OF INHIBIT CIRCUIT ee ae 
3M10A~2 AUG6? RECOMMENDED COMPONENT REPLACEMENTS S526, Ope 
3410A-36 SEP68 WO SER BELOW 735-00475.MOD IMPR PERFORM ce 
30-4 OCT67 SER BELOW 728-00250.MOD IMPR PERFORM OF PHASE LOCK AMPLIFIER S5DAA/3525A SER 
?  Bat0a-5 JAN70 WN FIELD INSTALLATION OF OPTION H10 Seo 
341114 OPER NOTE JAN77 34141-90001 AUG77_34111-90051* 8L 01 09 01 USE 34111A FICHE 34111-90052 “aoe 
OPER NOTE FEB78 34111-90002 APR78 34111-90052 BL 01 09 01 oe 36 
| 34112, -——s«COPER NOTE OCT?7 34112-90001 «-DEC77 34112-90051 8L 01.09 01 | rae 
341134 OPER NOTE HAY77 34113-90001 AUG77 34113-90051 BL 01 09 01 USE 34113A FICHE 34113-90052 gece (occas ppg 
7 OPER NOTE AUG77 34113-90002 | SEP77 34113-90052* 8L 01 09 01 USE 34113A FICHE 34113-90053 i | : 
OPER NOTE JUNO 34113-90003 - SEP8O 34113-90053 81. 01 09 01 : Laine : 3526/3527 SER 
341144 «COPE NOTE MAY77 34114-90001 AUG77 34114-9005% 8L 01 09 01 aoe 
| 341154 OPER NOTE _ JANT7 34115-90000 —-AUG77-34115-90050 BL 01.0901 i 382 
| 34196A OPER & SERV MAN _JUL79. 03496-90001 -—=—NOV79 03496-90051 BL 01 09 03 USE 34196A FICHE 03496-90052 a 
OPER & SERV MAN —-JUNS2 03496-90002 ——-DECA2 03496-90052 BL 01 09 04 : | 
341968 =—-—s«OPER & SERV HAN JUN2 03495-90002. DECBZ 03496-90052 BL 01 09 04 preeh 2? 4 OEE 
32a OPER & SERV HAN -NOV68 00342-90001 JAN2 00342-90002 &L 01 04 02 ash ape 
: MAN CHANGE NOV81 00342-90001 - Be 
SERV NOTE SET BELOW JANB3 : 
3408/342A~4 MARGE ALL, SER.BURNOUT PROTECTION ADJUSTMENT 3S34A OPE 
342A~-1A = INCORPORATING SPECIAL OPERATING FRE : 
340B/342A-5 --AUGBZ WA 340B:SER 1940A03431 TO 2038A03431; S42A:SER 1930803371 TO 2038A03644;HOD TO PREV R120 35354 ope 
CONT*D "SHORTING OUT Ore 
3420A OPER & SERV MAN _,JAN73 03420-90004 —«-SEP77 03420-90054 8L 01 09 03 ree 
MAN CHANGE OcT76 03420-90004 ae 
3420A/8 SERV NOTE SET BELOW PR79 ase Ope 
| SA20A~1/SA20B-2 FEB67 3A20A SER BELOW 620-00175.3402B SER BELOW 621-00200.PREF REPL INPT POLAR SWITCH SA 
eOsa~2/208A72/4038- JAN67 MAINTENANCE INSTRUCT FOR OBTAINING OPTIMUM LIFE FROM NICKEL~CADMIUM BATTERIES | 3538A , OPE 
3420A/34208-4 FEB71 WO 3420A SER 954-0416 + UP.34208 SER 952-00601 + UP.REC REPL OF SENSI SHITCH SHAFTS. rh 
ONT*D SUPER 3420A-2/34208-3 DATE 11/70-9 a 
34e0h/B-5C-5 | NOV7B WA SAFETY.ELIM OF POTENTIAL SAFETY HAZARD = 
-34204/8-6 JULZ5 WO SER BELOW O9S02A00980.RED NOTSE AT RECORDER OUTPUT ESP 50 H7/230 V AC OPER 
3420A/B-7 AUG75 WO SER BELOW 1524A00995.REC REPL FOR INSULATOR ON DECADE SWITCH A1S6~A1S11 354A ob 
3420B-8A JAN78 WN ALL SER.MOD TO ACCEPT NEW TYPE BATT : rf 
34208 OPER & SERV MAN _JAN73 03420-90004 SEP77 03420-90054 8L 01 09 03 58408 eee 
: MAN. CHANGE OCT76 03420-90004 ’ 3541A/3544A SEr 
| ; "35 


; 3421A =. «© OPER, PROG, CONF MAN =NOV82 03421-90000 JAN83 03421-90050* 8L 01 09 04 USE 3421A FICHE 03421-90056 


11/08/85 Ry kae, eee, ie : PAGE 131 41/08/85 
MODEL LITERATURE H/C. H/C PART FICHE . FICHE PART M P D ; ; MODEL 0 
NUMBER ‘¢ TYPE DATE NUMBER DATE NUMBER LT V NUMBER c 
kkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION ik DESCRIPTION wie DESCRIPTION ikke : 
342th > SERV MAN OCT82. 03421-90001 JANS3 03421-90051* 8L 01 09 O02 USE 34210, FICHE 03421-90058 S Be ies. 35438 ti«t«:t*:«CP 
pren: PROG CONFG MAN WARES 03421-90006 -MAY83. 03421-90056* 8.01 09 04 USE 3421A FICHE D542 170060 rane at : fs = 
R NOTE. APR83 03421-90007 MAY83 03421-90057 8t: 01 09.01 eu on 355¢ : OPE 
SERV NAN a ite 03421-90008 JUN85 03421-90058 . 8L 01.09.05 ee : sal ss ae ee ee | fo cece eg OPE 
REVISION = A-  AUG83. 03421-90008 : pS Gs AD ed SS a oe sh? ae : aoe : i. . ; 


MAN CHANGE —s=——sAPRBS 03421-90008 eet ere er ee ee oo. Te eee ah ee a Se OPE 


eee ¢ ABE 
eee ee ee ee peamhi M@Bvpi.imsa RmAROM aa aei > amines anaes eT eae ome ea : 


41/08/85 
MODEL 


NUMBER 


S421A 


3421A-212 


343A 


3430A 


3431A 


3431B 
3431 


3431D 


11/08/85 
MODEL 


Za35A 


OPER & SERV MAN 
MAN CHANGE 


LITERATURE 
TYPE 


SERV M 


OPER PROG CONFG MAN 
OPER NOTE 


 JAN73- 03420-90004 
0CT76 03420-90004 


OPER,PROG,CONF MAN NOV82 03421-90000 | 


“H/C H/C PART 


DATE NUMBER 


FICHE: FICHE apart MP p P 


SEP77 03420-90054 8b 01 09 03 


JAN83 03421-90050+ 8L 01 09 04 USE 3421A FICHE 03421-90056 


DATE NUMB LT 
eek DESCRIPTION *e* DESCRIPTION akK DESCRIPTION week DESCRIPTION whe DESCRIPTION wkk 


OCT82 03421-90001 
MAR83 03421-90006 
APR83. 03421-90007 


JAN83 03421-90051* 8L 01 09 02 USE 34214 FICHE 03421-90058 
MAY83 03421-90056* 8L 01 09 04 USE 3421A FICHE 03421-90060 
MAY83. 03421-90057 8L 01 09 01 


SERV. MAN AUG83 03421-90008 JUN85 03421-90058 8 01°09.05 
REVISION = A AUG83. 03421-90008 
MAN CHANGE ~- APR85. 03421-90008 
OPER & SERV MAN MAR84. 03421-90010 DEC84 03421-90060 . 8L 01 09 04 
HAN CHANGE ~ OCT84 03421-90010 


SERV NOTE SET BELOW 
3421 A~1C 


APR85 
NOV34 WN ALL SER.PERF VERIF & CALIBR PROG TAPE 


S421 A-2A JUL83 WN ALL SER.44462A ACTUATOR/MULTISLEXER JUMPER CONFIG 

3421A~3A ~ oe MAY83-WNUALL SER.TRANS RESTRIC 8D GETWEEN UNITED STATES & CANADA TO EUROPE 

3421A~4 FEB83 WN ALL SER.REC REPL FOR A1U101 INP OPER AMPLF 

S427A-5  DEC84. WN ALL SER. THERMOCOUPLE REF JUNCTION CALIB USING TEMP CALIB 8D (03421-66505). 
S421a-6 MAR84 WA SER 2338A02935 & BELOW.MOD TO WAKE UP CIR TO IMPR REL OF HPIL PWR-UP COMMAND 
3421A-8 MAY84 WO SER 2338A03052 & BELOW.MOTHERED ROM REPL PROC 

3421A-9 JUN84 WN SER 2338A03053 & ABOVE.FRONT PAN DSPLY OPER CHANGE 


INST & SERV MAN 
OPER & SERV MAN 


MAN. CHANG 


SERV NOTE SET BELOW 
343A~1 


OPER & SERV MAN 
MAN CHANGE 

MAN. CHANGE UK 

SERV NOTE SET BELOW 
3430A-1C 


3470A-7 


OPER & SERV MAN 
MAN CHANGE 

MAN SUPP B 

SERV NOTE SET BELOW 
3431A~1 

3431A-2 

3431A-3 

S431A-4 


OPER & SERV MAN 


MAN. CHANGE 


MAN SUPP B 
OPER & SERV MAN 
MAN CHANGE 
MAN SUPP 6 


OPER & SERV MAN 


LITERATURE 
TYPE 


"MAN CHANGE 
MAN SUPP B 


OPER & SERV MAN 
SERV NOTE SET BELOW 
SASAAMIA 


OPER £ CERV. MAN © 


AUG83 03421-90009 


NOV69 00343-90003 
APR79. 00343-90003 


DEC83 03421-90059 8L 01 09 02 
NOV79 00343-90005 8L 01 04 01 


JANB1 
OCT67 ALL. SER.NEW EXCESS NOISE SPECS 


SEP69 03430-90002 
OCT70 03430-90002 
AUG70: 03430-90002 


JAN71 03430-90052 01 09 03 


|AY78 
dy WO neni eriG PRTS,PROC FOR IMPR PERFORM 
N67 BELOW 641-00700.REC REPL FOR HOLD DOWN B 
JUNG? SER BELOW if bette MOD IMPR LINEARITY AT 400" + ABOVE COUNT LEVEL. 


NOT AVAILABLE 


JUN6S SER BELOW 749-01600.MOD IMPR LINEARITY AT 400 + ABOVE COUNT LEVEL 
~_ WO A5Q1 SER BELOW 749-01851.A5Q2 + A5Q3. SER 749-01951.REC REPL FOR A5Q1,A5Q2,A5Q3 
DEC74 WO SAFTY.SAFTY HAZARD ELIM.ELIM POTENTIAL SHOCK HAZARD 


JUL71 03431-90000 
JAN73 03431-90000 
SEP?71 03431-90000 


JUN74 03431-90050 01 09 02 


MAY78 
OCT71 WO SER BELOW 1103A00400.FUSE REPLACEMENT 
OCT71. WO SER BELOW 1103A00250.CORREC. ASSY ERR 
JUN67 SER BELOW 1103A00280.IMPR PWR SUPY TURN-ON AT LOW TEMPERATURES 
AUG74 WN TROUBLESHOOTING PROCEDURE 


JUL71_ 03431-90000 


JAN73. 03431-90000 
SEP71 03431-90000 


JUL71. 03431-90000 
JAN73. 03431-90000 
SEP71 03431-90000 


~ JUL71, 03431-90000 


H/C ~ H/C PART 


DATE NUMBER 


JUN74 03431-90050 01 09 02 
JUN74 03431-90050 01:09 02 
JUN74 03431-90050 01 09 02 


PAGE 132 
FICHE FICHE PART M 2 xy P 


DATE NUMBER L 6 
kkk DESCRIPTION *** DESCRIPTION eke DESCRIPTION ialalad DESCRIPTION nik DESCRIPTION tik 


JAN73 03431~90000 
SEP71. 03431-90000 - 


Aug69 03434-90001 


; APR 
_-JUN68 ~ SER BELOW 718-00180. COMPARATOR CIRCUIT DIODE REPLACEMENT 
yeNAN nza%¢<0nnn> 


JUNTA 03431-90050 


a 09 02... 


aust 5951-6134 BL 0109 02 


: deat atazecoAnes: ‘ft ona ne. As 


PAGE 131. 


20408 OPER 


3541/3544 SERV 
ee carats 3541) 


11/08/85 
MODEL 


35438 OPER 
355C ~ OPER 


1 355D SCOP ER 


‘355E «COOPER 
355F OPER 


3550A —=—s«éOPEER 


3550A/B = SERV. 


35508 OPER 


3551A 


11/08/85 
MODEL 


o 4. 
NUMBER C 
| 3552a «CPE 
2 OPER € 
OPER & 
MAN. CH 
SERV.A 
3551/5 


11/08/85 
MODEL 


NUMBER 


343d 


. SA34A 


“1 3435A- 


3354/8 


3437A 


-[ 3438A. 


34390. 


3440A 


11/08/85 
MODEL 
NUMBER 


3440A 


o- 
C 


FI wrk 


OPER & SERV MAN 


LITERATURE —>—-HC 

TYPE DATE 

MAN. CHANGE JAN73 

MAN SUPP B SEP71 0 

OPER & SERV MAN = AUG69 
SERV NOTE SET BELOW 

SA34A~1A JUN68 

OPER & SERV MAN JANBO 

MAN CHANGE JUN85 
“SERV NOTE SET BELOW 

~ Ba354-18 ~ DECB2 

3435A-2 MAR78 

3435A-3 OcT78 

3435A~hA NOVaO 

~. 3435a-5 NOV8O 

3435A-6B MARSA 

- BA35a-7 JUNB1 

OPER & SERV MAN JAN77 

OPER & SERV MAN JAN79 


MAN. CHANGE APR85 
SERV rie SET BELOW 
A 


3437A- US?7 
3437A-2 = 

3437A-3 SEP79 
3437A~4A NOV80 
3437A-5 NOV8O 
3437A-6A APR81 
3437A-7 APRE3 
3437A-8 AUG82 
3437A-9 FEB83 
OPER & SERV MAN JUL77 
OPER & SERV MAN FEB78 


OPER & SERV MAN JUN85 
_ MAN: CHANGE DEC81 
SERV NOTE SET BELOW 
3438A~1 JAN8O 
3438A-2 MAR78 
3438A-3 OcT78 
3438A-4A JUNBO 
3438A-5A NOV80 
3438A-6 NOV80 
3438A-7 DEC82 
OPER i Whee MAN JUN69 
MAN CHANGE MAY72 
SERV. NOTE SET BELOW 
S439A~1A = 
3439A-2 JAN68 
3439A-3 MAY68 
. OPER & SERV MAN _ JUL70 


0 
ae 


HAN CHANGE JUN76 


LITERATURE —s- HC 
TYPE. ——séDATE. 


SERV NOTE SET BELOW 


3440A-1A APRO64 
-3440A-2 cee AUG64 
S440A-3A APR66 
3440A-5 APR65 
‘BEADA~6 DEC65 
3440A-7 JUNG 
4404-8 -AUG65 


OY pane ae 
B440A-9D AUER 


BEF EL Vardi FU 


JUL71. 03431-90000 


“01 09 02 


JUN74& 03431-90050. 


“PAGE 132 


FICHE FICHE PART M.P D E 


H/C PART 
NUMBER DATE NUMBER a en 
wkk DESCRIPTION *** DESCRIPTION *ex DESCRIPTION wk DESCRIPTION kk DESCRIPTION niall 
03431-90000 JUN74 03431-90050 01 09 02 
03431-90000 
03434-90001 AUG81 5951-6134 8L 01 09 02 


: APR79 
SER: BELOW 718-00180.COMPARATOR CIRCUIT DIODE REPLACEMENT 
03435-90002 AUG85 03435-90052 8L 01 09 02 
03435-90002 


: JUL84 
WO ALL SER.REPL PN LED DISPLAY 
WN ALL SER.REPL PROC OF 0.1 OHM CURRENT SHUNT 


} WO SER 1606A06400 & BELOW.REC REPL OF A1U14 b A1U15 DIGIT DRIVERS. 


WN ALL SER.FRONT PANEL SWITCH INFO 

WO ALL SER.MOD TO PREVENT 20 OHM RANGE DRIFTING OUT OF SPEC WITH ZERO “OHMS INPUT 
WO SER 1606A07700 & BELOW.MOD TO IMPR HI FREQ RESPONSE 

WN ALL SER.LIST OF USER CONFIG LINE VOLTAGE OPTS 


03437-90002 AUG7? 03437-90050* 8L 01 09-03 USE 3737A FICHE 03437-90051 
03437-90003 JUN85 03437-90051 8L 01.09 04 
03437-90003 


: JUL83 

WO SER PER SERV NOTE.CHNG TO IMPROVE INSTR ACCURACY 

WN ALL. SER. APP & PROG CONSIDERATIONS 

WN ALL SER.SERV PROC TO FIX STICKY FRONT PANEL PUSHBUTTONS 
WN SER 1630A02599 & BELOW.REC REPL FOR IC A2Ui24 

WN SER 1630A03891 & BELOW.MOD TO REDUCE DATA PROP DELAY 
UN SER 1630A03530 & BELOW.REC NANOPROCESSOR REPL 

WN ALL SER.PROD SUPPORT. PKG 

WN ALL SER.PARTS REC FOR ON-SITE REPAIR 


WA SER 1630A04431 & ABOVE.MOD TO ELIM EXCESS DELAY 

03438-90000 DEC77 03438-90050* 8L 01 09 02 USE 3438A FICHE 03438-90051 
03438-90001 APR78 03438-90051* 8L 01 09 O2 USE 3438A FICHE 03438-90052 
Sease coun SEP85 03438-90052 8L 01 09 02 


APR83 
WO ALL SER.MOD OF REPL. FUSE LINK IN AMPS CIRCUIT 
WN ALL SER.REPL PROC OF 0.1 OHM CURRENT SHUNT 
WO SER 1717A00920 & BELOW.REC REPL OF A1U24 & A1U15 DIGIT DRIVERS. 
WN ALL SER.CORRECTION OF IC U726 SIGNATURES FOR SIGNATURE ANALYZER TRBLSHTNG 
WN ALL SER. FRONT PANEL SW INFO 
WO ALL SER.MOD TO PREVENT 20 OHM RANGE DRIFTING OUT OF SPEC WITH ZERO. OHMS INPUT 
WN ALL SER.REC LED DISPLAY REPL 


03439-90002 JUN72 03439-90052 
03439-90002 


JAN81 
WO. SER BELOW 751-02125.PREF REPL COMPARATOR DIODES 
SER BELOW 640-01450.PREF REPL A9Q7/8 
SER. BELOW 751-02050.REC REPL. A3Q8 


03440-90005 SEP77 03440-90055 8b 01 09 02 
03440-90005 


01 09 03 


enone : : PAGE 133 
H/C PART FICHE at os PART -M r D f 
NUMBER 


DATE NUMBER L V 
eek DESCRIPTION *** DESCRIPTION **% DESCRIPTION kkk DESCRIPTION wkk DESCRIPTION tee 


N81 
- SER BELOW 3547-00501. MoD TO UP DC ISOLATION VOLTAGE 
SER BELOW 415.REC MOD RED WRE-UP TIME 
MOD ADD ISOL RECRD OUTPT . 
SER BELOW 439-02226.REC REPL A3Q18 + A9Q6: 
‘SER BELOW 415-00925.MOD CONVERT PRINT COMMAND ourPut FROM AC TO DC COUPLED 
SER 439,435,421, 415,347,314.MOD REQ WHEN. REPL A3Q 
_ SER BELOW -03475.MOD IMPR ACCUR OF VOLT READ AROUND 10V AT ELEVATED TEMPERATURE 
WN SER BELOW 637.PREF TRANS REPLACEMENT _ 


ermncieeamsnnmiamemrenema er 2 ioe HN! 2 


11/08/85 
MODEL 
_ NUMBER 


3552A 


3555A_ 


35558 


3556A 


35601A 


3561A 


* 3708/85 


SODEL 
HUMBER 


3561A 


362A 


356778 


35677A/8 


35558! 


OPER & 
MAN CHi 


3556A~| 


OPER & 
OPER & 


OPER Mi 


3561A-¢ 


QO. LI 
Cine 


~ 3561A~7 
3561A78 
- OPER NO 
~ SERV MA 
-SERV_NO 


2. a dow be eT 


rig Nae tt as ic teagan A Davee path OMS Peg Eel Ups mee SES Mae IES, SE eh CCTs ep. tay a: + CONT’ 


HAN CHANGE JUN76 03440-90005 3561A-6 


eee ae 


11/08/85 7 | sae : | PAGE 1330 FT} 73708785 
MODEL 0 —LITERATURE. «= «H/C. SSC PART. ~—sFICHE «FICHE PART MOP OD OP | | | ee a eee eee 
MMBER C TYPE DATE NUMBER —sODATE:=*=*C«<éNUMBERR «SCLC VG a ‘3 ae ee 
| a atk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *#* DESCRIPTION *te DESCRIPTION *ee Poesy : 
3440A ——sSERV_NOTE SET BELOW JANI ne | | ) bo OF xseqa 35 61n87 
—-34ADAMtA APR64 SER BELOW 347-00301.MOD TO UP DC ISOLATION VOLTAGE : bona pene 
3aA0A-2 --AUG64—SER BELOW 415.REC MOD RED WRK-UP TIME | : ee S 
 3440A-3A APR66 MOD ADD ISOL-RECRD OUTPT 7 35624 OPER NOT 
3440A-5 APR6S SER BELOW 439-02226.REC REPL A3Q18 + A9Q6 | 
— eao-6 DEC65 SER BELOW 415-00925.MOD CONVERT PRINT COMMAND OUTPUT FROM AC TO DC COUPLED 7 sega oe BeBe an 
RAAOA-7 JUN6S SER 439,435,421,415,347,314.MOD REQ WHEN REPL A3Q15 | _ SER! 
3440A-8 AUG6S SER BELOW -O3475.MOD IMPR ACCUR OF VOLT READ AROUND 10V AT ELEVATED TEMPERATURE See77k Je | SERV Nok 
3440A~9D AUS68 WN SER BELOW 637.PREF TRANS. REPLACEMENT 7 a 
3440A-10C ===. MOD CONV 1-2-2-4 TO 1-2-6-8 BCD CODE idee oe ace CONT'D 
3440A-11 -AUG66— SER 541-04076 TO 606-05625.PREF REPL FOR A4C1 - : 8 bo geONB 
3440a-12 —-AUG66 ALL. SER. REVISED OPERATING PROCEDURE a 3 ceed | ry ee 
34a0a-13 OCT66 WN SER BELOW 606-05875.PREF REPL DS6/7 ae | , 
3ea0A-14 DEC66 SER BELOW 415-00725.MOD STOP OVERLOAD POWER SUPPLY Rat ain, | 356778 SERV MAN 
S440A~15A --QCT71 WO REC REPL COMPARATOR DIODES ‘ aa ; an ee ; seh 
3440-17 MAY68 WO SER BELOW 749-10425.REC REPL A3Q11 ges a 
ae S440A-19 ~-AUGBO WN ALL SER.MOD TO IMPR STABILITY OF DISPLAY . : 356788 OPER NOT 
SA41A OPER NOTE —=»=—=—=—«(C TOS 03441-90004 Oc TBO 03441-90054 GL O1 09 01 356790 «OPER NOT 
342A —=—SsSERV NOTE. SET BELOW JANBI : 
| BAAZA-1A/3443A-1A AUG6G SER BELOW 440-01141.PREF REED RELAY 536098 beac aad 
| 3A42A-2 APR68 «SER BELOW 440-03190.PREF REPL A708 | 35708: “OPER BS 
3443A OPER & SERV MAN —JUL70 03443-90004 —- SEP71 03443-90054 01 09 02 : aan chan 
SERV NOTE SET BELOW JANB1 | Se TOA 
34A2A-1A/3443A-1A AUGGS SER BELOW 440-01141.PREF REED RELAY meee ya 
3443.A-2 NOV67 WN MOD AVOID ZERO OFFSET + FALSE AUTO RANGING ne 35 70A-gA 
7 3443-3 MARSB SER BELOW 444-03725.MOD TO ELIM COMPON FAIL WHILE AUTORANGING WITH HI INPUT VOLTAGES , ec ire 
| 34h4A OPER & SERV MAH © APR70 03444-90004  DEC75 03444-90054 8L 01 09 02 oe uhh 
: “MAN CHANGE MAR7S 03444-90006 Se 70Ac7A 
SERV NOTE SET BELOW MAY78 seronng 
S4AhA~1 NOV65 SER BELOW 536-00656.CAPACATIVE COMPENSATION WHEN REPLACING A3@3 : se 708-9 
34Aba-2 DEC66 SER BELOW 534-01750.PREF REPL AIR18 aes (2 
3444A~3 MAR68 SER BELOW 644-03750.PREF REPL FOR AZ@2 TO IMPR REL : 3570a-11 
3445A OPER E SERV MAN | APR7S 03445-90004 JUL73 03445-90054 01 09 02 | ihe aeronels 
SERV NOTE SET BELOW AY78 | 3A70A~14 
34A5A~1A AUG6S SER BELOW 512-00550.PREF REPL FOR A3GB,A3R17, + P6-OBSOLETES NOTES 3445A-2 + S445A-3 | ce AIOE 
3445a-4 ‘AUG67 = SER BELOW 707-02025.MOD TO RED PRINTOUT INACCURACIES a 3571, OPER és 
3445A-5 - ___CALIBRAT PROS FOR 10 + 100V AC RANGES | Man CHAR 
3445A~6A OCT67 WN ADD CAUTION DECAL "DISCONNECT 3440A SHORTING BAR WHEN MEAS AC LINE VOLTAGE" alle ces searalgh 
34A5A-7/3446A-2 -JAN71 WN 3445A SER BELOW 602-01475.3446A SER BELOW 603-00130.REC REPL OF TRANSISTOR AAQ8 he eens 
34A6A OPER & SERV MAN —-MAY6B 2346-90001 AUG70 03446-90051 01 09 02 ; geod 
“MAN CHANGE JUN70 03446-90001 | | oo Bees 
SERV NOTE SET BELOW AY78 e71Ack 
S4A5A~7/3446A-2 JAN71 WN 34A5A SER BELOW 602-01475.3446A SER BELOW 603-00130.REC REPL OF TRANSISTOR AGG8 poriian 
3446-1 JUL68 SER BELOW 713-00225.MOD TO IMPR PERF 3575A OPER &:s 
3458. OPER & SERV MAN» NOV67 00345-90002 ——-NOV79 00345-90005 8L 01 04 01 3 ae a pig to 
MAN CHANGE | nPRTD 09345-90002 : — SSP5an1 


11/08/85 | : ie. cate PAGE 134 
MODEL 


Q -LYTERATURE = H/c_ H/C PART FICHE FICHE PART MP DP . | . ee 4 ae 
NUMBER C TYPE DATE NUMBER DATE. —sNUMBER) =soL_ TOV Mapee Hae : 
| ae the DESCRIPTION xxx DESCRIPTION fue DESCRIPTION *## DESCRIPTION +t DESCRIPTION ickk 
3A50A OPER & SERV MAN JUN71 03450-90004  SEP71 03450-90054 0109 1 ee ee aia . ere Heats S37oh"e 
SERV NOTE SET BELOW APR79 CAT, : 3575A5 
: 3450A-1 JULS9 WA SER BELOW 916-00550.MOD TO UP CHARGING TIME + REDUCE CURRENT SPIKES _ | | meeeonte 
Bb0h~2 ugg SER BELOW 935-01000-PROC FOR HANDLING PRINT COMMAND HOLD OFF PROBLEMS = || Le SEAN 
3A50A-3 ss JULG9 PROC FOR TRALSHTE AC CONV PHOTOCELLS ee ae eae laa 
3450A-4 ==--—=—=—s«SJUL69 WO LO LEVEL LOGIC CONVERSION oo a ee oar 
 SA50A-5- ULSD WA SER BELOW 916-00800.REC REPL AI3Q13—_ : Pee all 
- SAS0A-7A, _ WAR70. WA MOD TO STAB DATA COUNTER OSCILLATOR ee : Se OS ose ue 
S450A-8 MART MA SER BELOW 946-01200.MOD FOR IMPROVED PERFORMANCE. SUPER 3A5OA-8 ae re S ee ae 


3a50A-9° MAR70 WO REPL PRTS.SUPER 3450A-6 ~ : Se ote ae so ecoene SERV MAN 


; : : : : : 7 ees ; on 


11/08/85 fae <3 ees ) oo PAGE 134 11/08/85 
mone, = 9—sCMATERATURE = H/o. H/C PART FICHE FICHE PART MP DP , eae ne gee ee 
MUBER CSTV DATE NUMBER ——sODATE.=——sONUMBERsoLST OV OG ee ve e 
, tke DESCRIPTION *2% DESCRIPTION #** DESCRIPTION #xx DESCRIPTION *## DESCRIPTION wrk 
34504 OPER & SERV MAN JUN71 O3450-90006 —-SEP71 03450-90054 010906 tt—t*” : Pare eles ce 
SERV NOTE SET BELOW APR79 de sS75;c8 
3450A~1 JUL69 WA SER BELOW 916-00550.MOD TO UP CHARGING TIME + REDUCE CURRENT SPIKES Balhae 
3450A-2 JUL69 SER BELOW 935-01000.PROC FOR HANDLING PRINT COMMAND HOLD OFF PROBLEMS Seeepeee 
3450A~3 JUL69 PROC _FOR TRLSHTG AG CONV PHOTOCELLS seyeace 
3450A-4 JUL69 WO LO LEVEL LOGIC CONVERSION Perea 
3450A-5 JUL69 WA SER BELOW 916-00800.REC REPL A13@13 
3A50A-7A MAR70 WA MOD TO STAB DATA COUNTER OSCILLATOR ee 
3450A-8 MAR? WA SER BELOW 946-01200.MOD FOR IMPROVED PERFORMANCE. SUPER 3450A-6 SER: MAN 
3450A-9 MAR70 WO REPL PRTS.SUPER 3450A-6 INSTALL MA 
3450A~10 JAN71. WO. SER BELOW 959-01700. REC REPL KITS FOR A56 + A57 CIRCUIT BOARDS SERV NOTE 
3 3450a-11 DEC71 WO TRBLSHTG INFORMATION sey ee 
34508 OPER & SERV MAN JAN76 03450-90007 —-JAN78 03450-90057 8L 01 09 04 la 
RAN CHANG NOV7? 03450-90007 3577A-4 
SERV NOTE SET BELOW APRBS CONT'D 
- 34508-1 NAR74 WA AC ZEROING PROBLEMS 357 74-5 
34508-2 APR74 WA INTERMITTENT TRANSFER 377008 
34508-3 JUL75 WA INTERMITTENT OHMS. CONVERTER FAILURE 
34508-4A JUN76 WN ALL SER.REC PRT REPL TO IMPR COUNT STABILITY ON 100HV RANGE OPER & SER 
34508-5A DEC82 WN SER 1229A01480 & BELOW.REC PWR SUPPY TRANSFORMER REPL OBER @ SEL 
3453A OPER & SERV MAN JUL79 03453-90001 —-NOV79. 03453-90051 BL 01 09 05 USE 3453A FICHE 03453-90052 aes 
ate OPER & SERV MAN JANB2 03453-90002  APR82 03453-90052 BL 01 09 06 LER WOLe 
SERV NOTE SET. BELOW OCT&84 7 SERV NOTE. 
S453A-3A. JUL82 WA ALL SER.MOD TO IMPR REL OF SYNCHRONIZ CIR OF DSRU. DUAL ACTION 3580A~1 
3453A-4A MAR83 WN ALL SER.PROPER ALIGN OF HP-IB INTERFACE CONN 3e80A-2/35 
“BaSSA-SA MAYB4 WN ALL SER.RED INTERN & REOCURR DSRU FAIL 3581A/C-2/ 
355A OPER & SERV MAN - NOV76 03455-90002 ——-MAY79 O3455-90050« 8L 01 0 04 USE 345SA FICHE 03455-90053 Lote 
paces OPER & SERV MAN —-MAYB2 O3455-90003  JUNS 03455-90053 8L 01 09 05 seBDAWe 
MAN. CHANGE APR&5 03455-90003 SeR0Ac7 
OPER INFO AUG76. 03455-90010  DEC76 03455-90060* BL 01 09 01 USE 3455h FICHE 03455-90063 seapAc8 
OPER I NOV79 03455-90013 SEP80 03455-90063 81 01 09 0 sea0A9 
SERV NOTE SET BELOW OcTBS SeBOAeO 
3A55A~1 JUL77 WN ALL SER.BUS PROGRAMMING T1DBITS -Reeoe/3 
3455 0-2 JUN7? WN COMPONENT CHANGES TO IMPROVE INSTRUMENT UTILITY & AC ACCURACY ss80n-12 
3A55A-3A APR78 WA SER 1622A01055 & BELOW.MOD TO IMPROVE STABILITY OF ZERO DETECT AMPLIFIER 
345544 SEP77 WA ALL SER.MODIF TO IMPROVE AIR CAPACITOR RELIABILITY Sek. «SEN 
3AS5A~5A MAR78 WN ALL SER-REMOVAL & REPL PROC FRONT PANEL SWITCH SEER ccs 
3455A~6 SEP77 WA SAFETY.SER BELOW 1622A00544.FUSE MOD TO PREVENT COMP DAMAGE HrRBAtHat 
3A55A-7A SEP79 WA SER 1622A05650 & BELOW.MOD TO IMPROVE TURN-ON REL Neee MAN 
FA55A-8 JAN78 WO SER BELOW 1622A01655.IMPR IN AC HEAT SENSITIVITY. epee AA 
S455A°9A MAY78 WN ALL.SER.MOD IN INSTR PERF TEST ‘ 
3455-10 MAY78. WN ALL SER.MOD TO IMPROVE PERF OF FRONT PANEL PUSHBUTTCNS a5 Are SERV. NOTE 
3455A-11 Aucr® WO SER 1622A0S305 & BELOW.MOD TO INPR TRUE RMS RESPONSE TO LOW LEVEL HI FRER VOLTAGES | seanate rss 
3455A-12C MAY79 WO SER 1622A04830 & BELOW.HOD TO IMPROYS OHMS CONVERTER RESPONSE TIME. EC aR ey 
55A-13 DEC78 WA SER 1622A03538 & BELOW-REC MODS TO REDUCE SW BOUNCE & A1U48 OSCILLATIONS. Hye 
—3455A~14 MAY79 WA ALL SER.MOD TO IMPROVE A/D CONVERTER PERF. saga a cd 
3A55A-15 SEP79 WO SER 1622A06300 & BCLOW.MOD TO THPROVE TRUE RMS LOW FREQ RESP & DATA NEL Sear tees 
3A55A~16 SEP79 WO SER 1622A05300 & BELOW.PRCC TO REPL RELAY A10K1 SOME 
3455-178 OCTB4 WO ALL SER-MOD TO REDUCE AC DRIFT TERIA /ncé 
3455A-18B APRB4 WN SER 1622A09090 & GELOW.PREF REPL FOR FET'S ATOR 2,83 04,015,014 815,016 618/819, had 
CONTD a2, /03B,% 039 es 3581A/C-7 


3455A 


11/08/85. 
- MODEL 
NUMBER 


3456A 


LITERATURE 
TYPE 


3455A-19 
3455a-20C 


3455A-24 


OPER & SERV MAN 
OPER & seay MAN 
MAN CHAN 

SERV NOTE SET BELOW 
3456A~10 


i FY er ee | 


We H/C PART FICHE “FICHE al i P 2 - 
_ DATE NUMBER DAT UMBE 


PAGE 135. 


E N T 
Whe DESCRIPTION ake DESCRIPTION wkk “DESCRIPTION ake DESCRIPTION tet DESCRIPTION shiek 


DEC82 WN ALL SER.REC LED- DISPLAY. REPL 

JUN84 WN ALL SER. INTRO OF ONSITE SERVICE KIT e 

MARS3 WN ALL SER.DC_ PERF TEST ON 100V & 1000V RANGES 

MAY83 WN SER.1622A12900 & BELOW.REC REPL OF TERMINAL ASSY 

MAYS3 WN ALL SER.REC REST EQUIP CHANGE 

-APR8S. WN SER 2519 & ABOVE AND 1622 & BELOW. SYSTEM II CABINET INCH/METRIC CONVERSION. 


JUN8O 03456-90000 


JANB2 03456-90004 | 
MARES 03456-90004 


ocTas : 
JULES WN ALL SER. INTRO OF “CUSTOMER. SERVICE KIT. FOR. 8D LEVEL “REPAIR 


MAY8S 03456-90054 | BL om 09 05 


FEB81 03456-90050« BL 01 09 03 USE 3456A, ‘FICHE 03456-90054 


11/08/85 
MODEL 
NUMBER 


3581A/C 


| sate. 


LITERS 
TYF 


3581A-8 
CONT'D 


--BSSTA/C~8 


CONT'D 


SoBIAICA9 


3381A/¢~109 


ONT'D 
“SSRDAM11/35 
OPER & SERV 


DEW matee +’ 


3455A 


3456A 


34570 


3459A 


11/08/85 
MODEL 


_ LITERATURE 
TYPE 


S459A~ 
34668-3/3460A-12/ 
3459A~8 
3460B-4/3460A-13 
3459A-9 

#608 48 3460A~15 
3459A~11A 


H/C 
DATE 
3455A-19 ~ pECB2 
3455A-20C JUN84 
3455A~21 MARS3 
3455A-22A ~ MAY83 
3455A-23 MAY83 
 BAS5A-24 APR8S 
OPER & SERV MAN JUN8D 
OPER & SERV MAN JANB2 
MAN CHAN MAR8S 

SERV NOTE. SET BELOW 
3456A~1D JULES 
3456A-2 FEB81 
3456A-3 FEBB1 
3456A-4A MARB3 
3456A-S JUNB1 
- B456A-6A JUL85 
3456h-7 JUN81 
3456A-8 SEP81 
3456A-9. AUG81 
3456A-10 SEPB1 
3456A-11 SEPB1 
3A56A-12. AFR&3 
3456A-13 MAY82 
3456A-14 AuG82 
3456A-15 MAY82 
3A56A-16A JUL85 
B456A-17A FEBS 
3456A-18 AUGB3 
3456A-19 MARS4 
3456A~20 APR8S 
R MAN PRES 
QUICK REF GUIDE —APR85 
MAN CHANGE UG85 
SERV MAN APR8S 
OPER & SERV MAN JAN69 

SERY NOTE SET BELOW 

an pEC71 
SA59A=1A/3460A-4A  JUNG7 
- BAS9A-2A/3460A-5A — FEBO7 
3460A~7A/3459-ZA — JANG7 
3460A-8/3459A~4 JANS7 
3459A JANG? 
~ B457A-6/3460A-10  FEB67 
-3460B-2/3460A-11/  MAY67 


MAY67_ 
~ MAY67 


MAY67 


~ OCT73 


H/C PART FICHE FICHE PART M E D a 
NUMGER T NUMB 


DATE ER v. 
wake DESCRIPTION *** DESCRIPTION whe DESCRIPTION tik DESCRIPTION. Heck DESCRIPTION tek 


WN ALL SER.REC LED DISPLAY REPL ; 

WN ALL SER. INTRO OF ON-SITE SERVICE KIT . 

WN ALL SER.DC PERF TEST ON 100 & 1000V RANGES 

WN SER.1622A12900.& BELOW. REC nee OF TERMINAL. ASSY 

WH ALL SER.REC REST EQUIP: CHANG 

WN SER 2519°&. ABOVE AND 1622 & BELOW. SYSTEM II CABINET INCH/METRIC ¢ CONVERSION 


03456-90000 _-FEBB1 03456-90050 BL 01 09 03 USE 3456A FICHE 03456-9U056 
03456-90004 MAY8S 03456-90054 8L 01 09 05 
05456-90004 


85 
WHOALL SER. INTRO OF CUSTOMER SERVICE KIT FOR BD LEVEL REPAIR. 
) WN ALL SER.3456A DIG VLTM PROD SUPPORT PKG (03456-69900) CONTENTS. & OPER INSTRUCTS ; 


WE ALL SER.CONTERTS & OPER INSTRUCTS FOR 03456-69901 PROD. SUPPORT PKG 
WN ALL SER.NOTIF OF SPARE PARTS KIT (03456-69802) FOR 3456A PRODUCT SUPPORT PKG. 


1 WA SER 2015402970 & BELOW.REC. MOD FOR AC RELAY PROTECTION 


WN ALL SER.LIST OF 50HZ/60HZ. LINE FREQ@.OPTS VS XTAL Pre FOR A30 TNGUARD Logic PC BD 


‘WA SER BELOW 2015A02161.REC MOD TO INCREASE +33. VOLT REL 
WO SER 2015A00381 & GELOW.MOD. TO IMPROVE A& MAIN. CONTROLLER Bp 


WO SER BELOW 2015A03071.PREF ROM REPL | - 

WN ALL SER.PROC TO SELECT CORRECT VALUE OF R FOR A20R150 

WN ALL SER.HP-IB SIGNATURE ANALYSIS MODULES 

WN SER 2015A.DIFF BET INSTR WITH & WITHOUT COOLING FANS 

WA SER 2201A05331 & BELOW.MOD TO IMPR DIGITAL CIR PERF 

WN SER 2207A06299 & BELOW.MOD TO ENHANC ANALOG CIR 

WA SER 2201A047596 & BELOW.MOD TO IMPR PERF MAIN CONT BD =: 
WO SER 22014 & BELOW.MOD TO MAKE A3 BD ASSY COMPAT WITH LIST SER 
UN ALL ‘SER.KIT FOR COMPON LEVEL REPAIR 

WO SER 2201A08690 & BELOW.MOD REP WASHERS A20 ASSY 


WO SER 2201A06750 THRU 2201A10500.POSS CAUSE FOR ANALOG FILTR FAIL | 

WN SER 2512 & ABOVE AND 2201 & BELOW.SYSTEM II CABINET INCH/METRIC CONVERSION 
03457-90000 NOV85 03457-90050 8L 01 09 05 

03457-90002 

03457-90000 

03457-90010 NOV85 03457-90060 8L: 01-09 03 

03459-90001 ue 5951-6155 8L 01 09 03 


WO ALL SER.REC REPL FOR OVEN CONTROLLED POWER SUPPLY TRANSISTOR A‘YA1Q1 
SER BELOW 537-00150.PREF REPL A17Q4 
SER BELOW 53700125.PREF REPL FOR DIODE A14CR1 

WO SER BELOW 537C0150.REPL OF CAP A2Cc5S + A2C10 ac FAIL + WHEN 147 PF CAP NOT AVAILASLE 
SER BELOW 537-00150.PREF REPL FOR A491 + A18Q 
SER BELOW 537-00150.REC REPL A6R13 
DIG TO ANALOG RESIST ASSY.1IS AVAILABLE ON EXCHANGE 

WO SER BELOW 625-00195.MOD TO AVOID PREMATURE TRIGGERING OF READING PERIOD FLIP-FLOP 


WO SER BELOW 625-00195.PREF REPL A18C3 

WO SER BELOW 717-00205.MOD TO AVOID OSCILLATION ON A1Q5 sedis 
WO SER BELOW 1717-00225. PREF REPL AzQ8 + A2Q9 

WO ALL: SER.REPL OVEN ASSEMBLY 


- PAGE 435 


- 3581A/¢ 


11/08/85, 
‘MODEL 


0 
NUMBER = sC 


 LITERAT 
TYPE 


S588 
“CONT'D 
? S5S1A/C~8 


eeeinee On 


| 3581¢ 


3582A 


ONT'D 
SEB0A-14 /358 
OPER & SERV. 


REV. PAGES NO 
“KAN. CHANGE 


OPER NOTE 
OPER MAN. 


~ SERV. MAN 


OPER MAN 


SERV. MAN- 


MAN. CHANGE 
OPER: .MAN 
OPER NOTE 
INSTALL NOTE 
OPER NOTE. . 
INSTALL MAN 


INSTALL: NOTE 


SERV NOTE SE 
3582A-1 
3582A~2 
3582A~3 


: oooh 


3582A-100 


 -35820-11 
3582412 


3585A 


OPER MAN 
OPER & SERV. 


OPER MAN 

SERV MAN 
HAN CHANGE A 
INSTALL NOTE 
OPER NOTE 

OPER NOTE 
SERV NOTE SE 


3585A~6A 


Etevattuee PPE EE sthutitty 
HT] TL PTT 

Preteen ai HH a HUULELEG 
DHOnESONOOnEEEQOUAHEORATEOOGAIIEL [| 


Soba ae 


aia a ie | | | a | 

| ae | Ei a HY 

Gl GE s 8 OG aoe 

t i ; E tn i i 

’ oe i i WREEE ’ : 
i ] | a Fe i. 

Ls | am am 6th: | 


PAGE 121 | 1108/85 a . e PAGE 136 
on || MODEL = «OO CLITERATURE =H H/C PART FICHE FICHE PART MP DP ae ee 
“ via NUMBER CC TYPE DATE NUNBER _DATE NUMBER LT 
SCRIPTION eee | | : teres xkt DESCRIPTION *#* DESCRIPTION *#* DESCRIPTION tie DESCRI SPTION ek DESCRIPTION sk 
ee | 3459 BAS9A~12-8 FEB77 WN SAFETY.ALL SER. REV TO MIN SHOCK POTL 
346A = ——s*OPER & SERV."N —-NOVB3._ 00346-90010 —-FEB85S 00346-90011 BL 01 04 01 
2 MAN CHANGE AllG84 00346-90010 
3468 -—s«OPER & SERV MAN AUG79 00346-90004  AUG80 00346~90005* BL 01 04 01 USE 3468 FICHE 00346-90008 


OPER & SERV. MAN MAY83. .003¢°-90007 DEC83. 00346-90008* 8L 01 04 pa USE 346A/B/C FICHE 00346-90011 
OPER & SERV MAN NOV83 00345-90010 FEB85 00346-90011 8b 01.040 


054 . MAN CHANGE -_ AUGB4 00346-90010 
Soe ee ee SERV NOTE SET BELOW JUL84 
eget 3468-1 OCT8O WA SER 2015n & BELOW.MOD RECUCING TIME SOURCE REQUIRES TO TURN OFF TO TitPROVE NOISE~OFF 
SRU CALIB TAPE CONTD MEASUREMENTS 
: Ee : 346B-2 MAY82 WA SER 2037A00994 TO 2037A01454.SER NO LABEL INSTAL BACKWARDS 
: 3468-3 OCT82 WO SER 2037A01401 TO 2037A01457;MOD TO PREV SPURIOUS 300 MHZ OSCILLATION 
See 3468-4 APR84 WN ALL SER. RF CONN CARE 
346c OPER & SERV MAN MOVB3 00346-90010 —- FEBBS 00346-90011 8L 01 04 01 
MAN CHANGE AUG84 00346-90010 
3460A OPER & SERV MAN _—JANOO 03460-90003 MAY73 03460-90055 01 09 03 
SERV NOTE SET BELOW AY78 
34608-8 DEC71 HO ALL SER-REC REPL FOR OVEN CONTROLLED POWER SUPPLY TRANSISTOR A19A1Q1. 
404-3460A-1 JUL68 —- SER BELOW 706-01080.COMPATIBILITY MOD FOR SOSOA/B + 2547A 
JUN6S MOD TO PERMIT AC + OHMS MEAS WITH 2410B-M22 AC/OHMS CONVERTER 
3460K/0<1/34614-3/ JUN74 WO ALL SER.REPR OF OHMS OVEN ASSEMBLY 
3460A-2 / SEP65 WO SER BELOW 507-00185.PREF REPL FOR A17K1 + A2Q11 
3460A-3 MAY63 WO SER BELOW 507-00260.REC TRANS REPL 


S459A-1A/3460A-4A JUNG? SER BELOW 507-00370.>REF REPL A17Q4 

wine ee FEBS? SER BELOW 507-00285.PREF REPL FOR DIODE A14CR1 

3460A-6 SEP66 PROC FOR BAL MATCHED ASSY A4& + AS 

3460A-7A/3459A-3A  JANG7 WO SER BELOW 63000725.REPL OF CAP A2C5S + A2C10 IF FAIL. + WHEN 147 PF CAP: NOT AVAILABLE 
3469A-8/3459A~4 JAN67 SER BELOW 630-00675.PREF REPL FOR A&Q1 + A18Q6 


 B460A-9 JAN67 SER BELOW 622-00575.REPL OF PHOTOCHOP 
3459A-6/34604-10 FEB67 DIG-TO-ANALOG RESIST ASSY IS AVAILABLE ON AN EXCHANGE BASIS 
3460A/B-10A APR75 WC ALL SER.REPL OVEN ASSEMBLY 


ero Ghepaand G MAY67 WO SER BELOW 706-00925.MOD TO AVOID PREMATURE TRIGGERING OF READING PERIOD FLIP-FLOP — 
A> F 
ee ee MAY67 WO SER BELOW 706-00925.PREF REPL A18C3 
9A= : 
ery maid MAY67 WO SER BELOW 706-00935.MOD TO AVOID OSCILLATION ON A1Q5 OUTPUT 


HO4~3460A-14 JUN67 SER BELOW 706-00935.REC REPL A17CR7 
34808-5/ 3460A-15/ MAY67 WO SER BELOW 706-00965.PREF REPL FOR A2Q8 + A2Q9 
3460A-16B-S/ SAN7( WN SAFTY.SAFTY HAZARD. ELIM.REV TO MINIMIZE SHOCK POTENTIALS 
a 34608-11A-S sy 
E OPER | ee . Ps ae 
34608 OPER & SERV MAN JULG9 03460-90004 © JAN76 03460-90054 8L 01 09 04 
ao MAN. CHANGE SEP75 03460-90004 
; : SERV NOTE SET BELOW OcT78 
: ; : : SREORIE TSACDASS/ JUN74 WO ALL. SER. REPR OF OHMS OVEN ASSEMBLY 
: rr 208 ar AUG71 MOD TO PERMIT USE WITH 34614 FOR MEASURING AC VOLTAGE + RESISTANCE 
: : 34608-2/3460A=11/ : anv WO. HOD TO AVOSD: PREMATURE TRIGGERING OF READING PERIOD FLIPS FLOP 


PAGE 122 


CRIPTION #ke 


+ A2CRT 


ERO. OFFSETS 
80-01886 TO 113 
j2A~8,, 333 /334A~-7 
NDUCTOR ADBED 
"SAFETY HAZD 
‘MINATE 


-ATIONS 


| DISTORTION. IN 


34608 


11/08/85 
“MODEL 


NUMBER 


| 34608 


3461A 


3462A 


3465A 


34656 


3459-8 ter 
ety guculeas 
3459A- 

0438608 


=14 
eee, 3460A-15/ 
3459A~10. 


3460A-168-S/ 
34608-11A-S | 


OPER & SERV MAN 


no 


MAN CHANGE 


SERV NOTE SET BELOW 
SB0A 8 USASOAnS/ 


sen" 7 
34608-2/3460A-11/ 


LITERATURE © 
TYPE 


BAS9A-7 | 
HSE sacon-2/ 


» 3462A-3 
3460A/B~1/3460A-3/ 
3462-4 


34608-4/3460A-13/ 
459A-9 


3 
346085 /5460k-15/ 


3460A/B-10A 


34604~16B/3460B-11A 


OPER & coe MAN 
MAN CHAI 


NGE 
SERV NOTE SET BELOW 


61A~1 
3461A-2 
3461A-4-S 


OPER & SERV MAN 


ey NOTE. SET BELOW 


A62A—1 
CONT'D 
3462A-2 
CONT'D 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 

SERV. le SET SELOW 


3465A-7B 


PER & SERV MAN 
OPER & val MAN 


~ MAN CHAN 


SERV NOTE FSET BELOW 
34656-1B 


34656-28 
34628-36 © 
34658-4 
3465B-5 


OPER & SERV MAN 
OPER & SERV MAN 


AAIoT 
MAY67 


JUN67 
MAY67 


JAN77 
JULG69 
- SEP75 
JUN74 


_ AUG71 


MAY6? WO HOD TO AVOID PREMATURE TRIGGERING. OF READING PERTOD: FLIP-FLOP. 


Hie 


DATE 


MAY67 
MAY67 
MAY67 
SEP67 
APR68 
SEP71 
SEP63 
APR75 
JAN77 


APR71 
pEC?71 


DEC72 
AUG70 


». SEP7O 


ocT73 
JUN74 


MAR7T? 
MAY79 
MAR82 


AUG75 
SEP70 
JUL77 
DEC82 
SEPB4 
ocTso 
MAY81 


AUG76 
NOV78 

MAR82 
DEC82 
SEPS4 
MAY31 


JUNB1 
-MAYB2 


JUL77 


JAN78 


‘03461-90001 


a ee BE, cee eee ner BEER ATSLS 
WO SER BELOW 706-00935. MOD TO AVOID OSCILLATION. ON A1QS OUTPUT 


SER BELOW 706-00935.REC REPL A17CR7 
WO SER BELOW 706-00965. PREF REPL FOR Acas + A2Q9. 


WN SAFTY.SAFTY HAZARD aa TO MINIMZZE ‘SHOCK POTENTIALS 


05460-90004 = JAN76 03460-90054 8L 01 09 06 


03460-90006 
ocT78 
WO ALL SER-REPR OF OHMS OVEN. ASSEMBLY 


MOD TO PERMIT USE WITH 3461A FOR MEASURING AC VOLTAGE + RESISTANCE 


H/C PART FICHE. FICHE PART MP i 
NUMBER DATE NUMBER L 


PAGE 137 


: : 
ekx DESCRIPTION *x* DESCRIPTION wee DESCRIPTION kk DESCRIPTION » halele! DESCRIPTION toe 


WO SER BELOW 709-00250.PREF REPL A'I8C3 


WO SER BELOW 709-00250.MOD TO AVOID OSCILLATION ON A1Q5 OUTPUT 


WO SER BELOW 709-00325.PREF REPL A2Q8/9 


SER BELOW 709-00250.M0OD TO STOP 3460B SWITCHING TRANSIENTS FROM DAMG MODEL 3461A 


- SER BELOW 813-00600.M0D REQUIRED FOR OPERATIONS WITH SO50A 
WO SER BELOW.0977A01325.REC REPL A19A1Q1 
WN ALL SER. TRBLSHTG REED RELAYS iN DIGITAL~TO-ANALOG CONVERTER 
WO ALL -SER.REPL OVEN ASSEMBLY. 
WN SAFETY.ALL SER.ELIMINATION. OF POTENTIAL. SHOCK HAZARD 


- MART2 63461-90051 01 09 03 
03461-90001 


OcT78& 
SER BELOW 803-00225.PREF REPL A3262/3 
WO MOD TO CONV TO NEW MORE REL CONNECTOR 
WA SAFETY.ALL. SER.REV TO MIN SHOCK POT 


03462-90001 pee 03462-90051 01 09. 05 


WO SER BELOW 947-00160.M0D OF A19 REF PWR SUPLY TO STOP POS DAMG TO D-TO-A REEDS oN A21 


BRD DUE TO DISCHARGING OF £19¢2 


WO SER SELOW 924-00145 EXCEPT 913-00120, -28429,-00132,-00141,-00143. MOD TOELIM THERMAL 


OFFSET VOLTAGES. IN D-TO-A CONV SECT 
WO ALL SER.REPL OVEN ASSEMBLY . 
WO ALL SER.REPR OF OHMS OVEN ASSEMBLY 


03465-90007 
03465-90008 
02465-90008 


JUNE2 03465-90058 8L 01 09 02 


JAN85 
WA SER 1521A00100 TO 1521A-00200.m0D TO REDUCE TEMPERATURE SENSITIVITY © 


WO SER 1521A00100 + UP.PRECAUTION PROC 

WO SER BELOW 1546A01501.REPL OF A1R75 

WN ALL SER.REC LED DISPLAY REPL 

HN ALL SER.CORRECT REPL PART NUMBER FOR BATTERIES 

WN. SER 15464A05400 & BELOW.ADJ PROC FOR AC=DC CONVERTER 


WN ALL SER. FRONT PNL SW INFO 
JAN78 03465-90060* 8L.01 09 02 USE 34658 FIC SHE 03465-90062 


03465-90010 
03465-90012 JUNB2. 03465-90062. 8L 01 en 
03465-90012 . sm 


JANBS 
WN ALL SER.REC LED DISPLAY REPL 


JAN78 03465-90057* 8L 01 09 02 USE 3465A FICHE 03465-90058 


WN ALL SER.REPL PART NO FOR 34658 BATTERIES.FOR HP USE: 00091~60013. CUST.USE 820330 


WN ALL SER. FRONT: PNL SW INFO. 
WN ALL SER.TABLE OF JUMPER & CONFIG FOR LINE VOLTAGE OPTS 
WN ALL SER. CHARGING INSTRUT ‘TO. EXTEND BATTERY eure 


03466-90000 DEC77 03466-90050 8L 07 09 02 
03466-90001. - 


APR7?8& Deseereieale a 01 09: O02 USE 466K FICHE 03466-90052. 


41/0878 
MODEL 


PIV IA I. wet OT ALE VERSLVUAREVI MEPL FAR? MUMBER FV OALIORIES 
3465A-6 ocTso WN SER 15464A05400 © BELOW.ADJ PROC FOR AC=DC CONVERTER 
FA6SA-7B MAY81-UN ALL SER.FRONT PNL SW. INFO 


OPER & SERV MAN AUG76 03465-90010 JAN78 03465-90060 8L 01 09 02 USE 34658 FISHE 03465-90062 
GPER & SERV MAN NOV78 03465-90012 JUNE? 03465-90062 8t 01.09 02 


MAN CHANGE _ HAR82 03465-90012 oe . 
SERV NOTE SET BELOW _ JAN85 
: . 34658-18 DEC82 WN ALL SERREC LED DISPLAY REPL 
DISTORTION IN 34658-28 SEP84-WN ALL SER.REPL PART NO FOR 3465B BATTERIES.FOR HP USE: 00091-60013. CUST USE 82033A 
i fomee 346£8-36 MAYS1 WN ALL SER.FRONT PNL SW INFO 
“SA65B-4 JUNB1 WN ALL SER.TABLE OF JiMPER & CONFIG FOR LINE VOLTAGE OPTS 
3465B-5 MAY82 WN ALL SER.CHARGING INSTRUT TO EXTEND BATTERY LIFE 


OPER & SERV MAN: JUL77 03466-90000 DEC7? 03466-90050* 8L G7 .09 0 
OPER & SERV MAN JAN?8 03466-90001 APR78 03466-90051% 8L 01 09 02 USE 34660 FICHE 03466-90052 


PAGE 123 11/08/85 ; PAGE 138 11 /08/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE pPART M POD eB MODE 
NUMBER °C. TYPE DATE NUMBER DATE NUMBER LTV NUMBER 
RIPTION: **e* ie. see DESCRIPTION *k* DESCRIPTION *** DESCRIPTION tote DESCRIPTION wie DESCRIPTION eee - 
3466A OPER & SERV -MAN JUN79 03466-90002 MAR82 03466-90052* 8L D1 09 02 USE 3466A FICHE 03466-90053 S701A 
-o- OPER & SERV MAN JANB4. 03466-90003 JUN85 03466-90053. 8L 01 09 0 
MAN CHANGE — A APR85 03466-90003 
SERV NOTE SET BELOW 37012 
" 3466A~1 APR78 WA. SER BELOW 1718001186 LESS OPTS 001 + 002.MOD TO PREVENT & RESTORATION PROC FOR FULLY : 
CONT'D DISCHD BATTERY 
- ae 3466A~2. MAR78 WN ALL SER.REPL PROC OF 0.1 OHM CURRENT SHUNT 
MP CONTROL IS 3466A-3 APR7& WN ALL SER.CLARIFICATION OF INSTRUCT SPECS ON AC RANGE WITH INPUT SHORTED 
3A66A~4A OCT78 WO ALL SER.REC REPL OF INTERGRATOR OF AMP. U400 
3A66A-5 MAY7S WN ALL SER.IMPROVED TEST FOR A& LOGIC @D 
3 3466A-6A JAN83 WN SER 1716A14170 & BELOW.REC TRUE RMS CONVERTER REPL 
4 3466A~7 OCT78 WO SER 1716A03380 & BELGHREC REPL OF A4U905,A4U906,A4U911 DIGIT DRIVER 
3466A~BA NOV80 WN ALL SER.FRONT PNL SW INF 
3466A-9 MAR81. WN SER 1716403980 & BELOW t INSTR IN WHICH U102 IS REPL.MOP TO IMPR°LOW READINGS IN THE 
CONT'D 200MV & 20MV DC RANGES 
i Re 3466A-11 DEC82 WN ALL SER.REC LED DISPLAY REPL 
REQ DIAL. 3466A~12 JAN83 WN SER 12061 & BELOW;&SER 1211-12143. IMPR COMMON MODE REJEC OF INPUT AMPLF 
a, 3466A-13 JAN83 WN ALL SER.REC LED DISPLAY. REPL 
ARIATIONS 3466A-14 FEB84 WN SER 1716A18811 & ABOVE.MOD TO CREATE 1A DC ADJ 
— 3A67A OPER & SERV MAN MAR79 03467-90000 JUNGS 03467-90050 8L 01 09 04 INCLUDES REVISION A 
| MAN CHANGE MAY85 03467-90000 
1 SERV NOTE SET BELOW JUL85 
3467A-1 JUL79 WA SER 1821A003Z0 & BELOW.MOD TO PROTECT A9U1 & AQU2 FR DAMAGE WHEN ANALOG SHIELD REMVD. 
3ad7A-2 NOV79 WA SER 1821A00270 & BELOW.MOD TO PREVENT SPURIOUS BLANKING OF THE LED. READOUT 
3467A-3 NOV8O WA ALL SERsREC INSULATOR SPACER REPL (HP 4040-1415) 
3a67A-4 MAR81 WA ALL SER.MOD TO CORRECT ERRATIC DISPLAY WHEN PRINTER IS ACTIVATED 
3AS7A-5 DEC82 WN ALL SER.REC LED DISPLAY REPL 
3467A~6 JAN8S WO SER 1821A01214 & BELOW. IMPROV COMMON MODE REJEC OF IMPUT AMPLF 
3468A OPER MAN NOV81 03468-90000 MAY82 03468-90050* BL 01 09 02 USE 3468A FICHE 03468-90053 
“SERV MAN DEC81 03468-90001 MAR82 03465-90051% 8L 01 09 03 USE 3468A FICHE 03468-90054 
OPER MAN MAR82 03468-90003 JUL82 03468-90053* 8L 01 09 O02 USE 3468A FICHE 03468-90055 
SERV MAN JUNS2 03468-90004 DEC82 03468-90054* 81. 01 09 03. USE 3468A FICHE 03468-90056 
ACR? OPER MAN JAN83 03468-90005 JUL85 03468-90055 8L 01 09 02 
MAN CHANGE MAY85 03468-90005 
SERV MAN FEB83 03468-90006 AUG83 03468-90056* 8L 01 09 03 USE 3468A FICHE 03468-90057 
SERV MAN FEB84 03468-90007 JUL85. 03468-90057. 8L 01.09 03 : 
oo. MAINS CHANGE MAY8S 03468-90007 
RO OFFSETS ~.. 3468A/B SERV NOTE SET BELOW > APRBS | 
0-01886 TO 113 3A68A-1A FEB83 WN ALL SER.REC LED DISPLAY REPL 
A~8,333/334A-7 3468A-2 FEB83 WN ALL SER.REC REPL FOR A1U101 INP OPER AMPLE oe 
DUCTOR ADDED - -3468A-3 JANS4 WN SER 2137A03601 THRU 2137A05920.PRINTED CIR BD CHANG & SIGNATURE ANALYSIS — 
eaPeTy Hizb 34688-~1 FEB83 WN ALL SER.BATT RETROFIT KIT INSTAL FOR P/N 03468-68701 
| 34688 OPER MAN JANB 03468-90005 JULE5 03468-S0055 8.01 09 02 
NATE a MAN CHANGE _ -MAY85 03468-90005 
“SERV MAN FEB83 03468-90006 AUG83. 03468-90056* 8L 01 4 05. USE 34688 FICHE 03468-90057 
ONS SERV MAN FEB84 03468-90007 JULBS 03468-90057 8L 01:0 
; “MAN: CHANGE MAY85 03468-90007 : 
3469A OPER & SERV MAN JUN72 03469-90002 - HAYS 03469-90052 “eo 09 02 


SERV NOTE SET BELOW CT : 
SA69A-1 _ OCT71 WO SER BELOW 110400250. FUSE REPLACEMENT 


PAGE 124 eS OO TAOS (6 oe a Sele hee ee el ee ee eee eed Peed EOL ye 


mUTGSO. 10 TIS B468A~1A FEB83 WN ALL SER.REC LED DISPLAY REPL 
"8, 333 /334A-7 3468A-2 FEB83 WN ALL SER.REC REPL FOR A1U101 INP OPER AMPLE 
UCTOR ADDED 3468A-3 JAN84 WN SER 2137A03601 THRU. 2137A05980.PRINTED CIR 8D. CHANG & SIGNATURE ANALYSIS 
ieETY aan 34688-1 FEB82 WN ALL SER.BATT RETROFIT KIT INSTAL FOR P/N 03468-68701 
34688 OPER. MAN JANB2 03468-90005 JULES 03468-90055 BL 01.09 02 
NATE MAN CHANGE MAY85 03468-90005... 
SERV MAN FEB83 03468-90006 AUGS3 03468-90056 8L 01 09 03 USE 3468B FICHE 03468-90057 
INS ~ SERV. MAN FEG84 03468-90007 JUL85. 03468-90057 =8L 01 09-03 
ae MAN CHANGE MAY85 03468-90007 
B469A OPER & SERV MAN JUN72 03469-90002 KAY76 03469-90052 8. 01 09 02 


SERV NOTE SET BELOW 
3469A~1 OCT71 WO SER BELOW 4104400250. FUSE REPLACEMENT 


PAGE 124 


41/08/85 PAGE 139 11/08785 
MODEL 0 LITERATURE H/C H/C. PART FICHE FICHE PART - M PD p MODEL 
NUMBER Cc TYPE DATE NUMBER DATE NUMBER” LOT V ‘NUMBER 
IPTION wire : wiek DESCRIPTION *it DESCRIPTION kkk DESCRIPTION kik DESCRIPTION *e* DESCRIPTION «#8 wick 
| 3469A 3469A~2 - OCT71 WO SER BELOW 1104A00250. INTERCHANGED CAPACITORS A9C8 + A910: 37028 
3469A-3  OCT72 WO IMPROVED OHMS PROTECTION 
3469A-4 AUG74 WO ALL ‘SER.REPL FOR A3 DC AMPLFR ASSY 
3469A=5. - APR?S SN ALL SER.PANEL METER DISPLAY. 
Sack EYL THE S469A/6-6: JUN75 WN ALL SER.REPL OF CURRENT SHUNT RESISTORS A11R19. + A11R20 
Po | S469B° OPER & SERV: MAN SEP74 03469-90005 SEP77 03469-90055. 8L 01 09 02 
MAGE ; Z MAN. CHANGE SEP76. 03469-90005 ; 
IR. CAP. FAIL SERV NOTE SET BELOW OCT79 
34698-1 - HOT AVAILABLE 
3469B-2 FEB74 WN TRBLSHTS PROC FOR DIG PANEL METER HP P/N S060-7931 (FOLD UP. STLYE) ; 
3469B8-3 =~. WO PN. 5060-9131/32/33.REPL PN FOR LED DISPLAY 
54698-4 DEC74 WO SER BELOW 1233A03800.IMPR INPT ATTEN ] 
BROS 5 4 (34698757 APR75 WO 3403C RMS VOLTMETER,3469B MULTIMETER,3575A GAIN PHASE METER.DIG PANEL METER REPAIRS 
A8C4 FAILING” 3469A/B-6 JUN75 WN ALL SER REPL OF CURRENT SHUNT RESISTORS A11R19 + A11R20 
uae ma 34698-7 JUL79 WN SER 1233A01150: & BELOW.PROC TO REPL PANEL METER. 
BR CAP FAIL 0 f. | SAP OPER & SERV MAN MAY77. 00347-90009 JUN77 00347-90010 8L 01 04 01 
: 347A/349A SERV NOTE SET BELOW JAN81 
347A-1E SEP64 GAS TUBE INSTALLATION PROCEDURE 
34701A OPER & SERV MAN JUN72 34701-90001 APR81 34701-90051. 8L 01 09 01 
OPER & SERV MAN OCT73 34701-90002 SEP85 34701-90052 &L 01 09 01 
34702A OPER & SERV MAN JAN75 34702-90002 SEP77 34702-90052 8L 01 09 02 
: REV PAGES NO 3 OCT76 34702-90002 
SERV NOTE SET BELOW APR82 
34702A~1A/34740A-1A NOV81 WN ALL SER.MOD TO RED AC ZERO OFFSET 
34750A-1A : 
34703A OPER & SERV HAN MAY76. 34703-90002 DEC76 34703-90052 8L 01 09 02 
SERV_NOTE SET BELOW MAY7S 
aot JAN74 WN ALL SER.MNEMONICS GLOSSARY 
34703A~ JUN74 WN ALL SER. TROUBLESHOOTING INFORMATION 
SATZIA/E~1/347034-3 JUL74 WA ALL’ SER.COMPAT BETWEEN 34721A SCD MODULE & 34703A DCV/DCA/OHMS METER 
34703A- OCT74 WA SER BEFORE 1251A01500.IMPR OF REL: WHEN MEAS HV DIVIDER 
re SATOSACSA -- MAY75 WA SER BELOW 1251A01700.POT CAUSE OF ERRATIC OPER OF LOerC. 
ASSURE. THAT 34703A-6 MAR7S WN SER BELOW 1257A01500.INPUT CIR MOD TO IMPR RELIABILITY 
cee agen 34703A-7 APR75 WA SER BELOW 1257A01651. TEMP SENSI OHMS OPERATION 
ELAY 34703A~8 APR75 WN SER BELOW 1251A01351. FAILURE OF AUTO MODE TEST 8 
oe 34703A-9. -'- - MAY7S WN SER BELOW 1251A01700. IMPROPER. OHMS OPERATION DUE To BROKEN A1 BOARD . 
34703A-10 MAY75 WN ALL SER.NEW PULL-OUT: INSTR. CARD 
- 342035A211 AUG75 WN ALL SER.COMMENTS ON APPARENT ERRATIC BEHAVIOR IN DCV & OHMS,MAN RANGING MODE WHEN 
CORRECTLY : CONT'D INPUT TERMINALS OPEN % 
oo | BS&720a OPER & SERV MAN FEB74 34720-90002 NOV84 34720-90052. 8L 01 09 01 
SLES a = 34721A OPER & SERV MAN JUN72 34721-90001 SEP85 34721-90051 8L 01 09 01 ae 
FACA OF POT :. . 37028-003 
34721A/B SERV NOTE. SET BELOW MAY78 eae 
: SAfeU RBI /S470383 JUL74 WA ALL ‘SER. COMPAT BETWEEN 34721A BCD MODULE & 34703A DOv/DCA/OHMS METER hs sé : 
FRONTT.-PANEL. 34721B-1A JUN?S WN ALL SER. FLOATING MEASUREMENTS USING THE BCD MODULE . eb. 3708Z 


PAGE 125. 11/08/85 


11/08/85 | ) 
MODEL... | C PART Le BONES Sok S i eee ee MODEL ~ 
NUMBER: «= of TYPE Ware! MliMmeo oo NatTE ‘Mimmeto.) 06064 oe a le : : ; LE hahestentantll 


QO... LITERATURE H/C H/C PART... FICHE .-FICHE PART -M. PD =P 


S8USA~9 MAY75 WN SER BELOW 1257AU77U0. IMPROPER OHMS OPERATION DUE 70 SROKEN Al BOARD 


S4703A710 MAY75 WN ALL SER.NEW PULL-OUT INSTR CARD 
pe vee S4703A711 AUG7S WN ALL SER.COMMENTS ON APPARENT ERRATIC BEHAVIOR IN DCV-& OHMS,MAN RANeHis MODE WHEN 
RRECTLY CONT'D INPUT TERMINALS OPEN - xs 
347200. - OPER & SERV MAN - FEB?4 34720-90002, “NOV84 34720-90052 8L 01 09 01 
ES we -) 3472148 - OPER & SERV MAN JUN72 34721-90001 SEP85 34721-90051 8. 01 09 01 ; 
CA OF POT 37028-003 
34721A/B -» SERV NOTE SET BELOW MAY78 
ShLeN ATE ISP (OpA 8 JUL74 WA ALL SER.COMPAT BETWEEN 34721A BCD MODULE & 34703A _Dev/DEA/OHMS METER af 
ee 34721B-1A _ AUNTS WN ALL SER. FLOATING MEASUREMENTS USING THE BCD MODULE ere eT At 4 
RONT PANEL : 
PAGE. 125 11/08/85 PAGE 140 - 11/08/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M PD f of) MODEL 
ane ‘NUMBER, Cc TYPE DATE NUMBER DATE NUMBER L. TV NUMBER 
TION wee S wkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION xkk DESCRIPTION *** DESCRIPTION ***% 
BOVE: REC 347216 - OPER.& SERY MAN APR75. 34724-90052 SEP85 34721-90052 8L. 01 09 02 - | 370ez 
34740A.° OPER & SERV MAN NOV72 34740-90012 SEP83 34740-90051 8L 01 09.01 
SERV NOTE SET BELOW APR&2 
34740A-U~1000_ = NOT AVAILABLE 
el al ac JAN74 WO SER BELOW 1213A-03935.MOD TO REDUCE ZERO OFFSET 
; S4740A~2 MAR74& WA SER BELOW 1213A-02200.PREV OF ACCIDENTAL SHORT BETWEEN ANALOG LOW & CHASIS GROUND 
34750A OPER & SERV MAN —- JUN73. 34750-90001 MAR79. 34750-90051 8L 01 09 02 
REV PAGES NO.3 . . MAR75: 34750-90012 
WAN CHANGE DEC78 34750-90012 
SERV NOTE SET BELOW Pk APR82 peiaee 
34702A-1/34740A-1/  JAN74 WO SER BELOW 1213A~03935.MOD TO REDUCE ZERO OFFSET 
34750A~1 
»LACEMENT 3476A OPER & SERV. MAN JUN76 03476-90001 MAR81. 03476-90051 8L 07 09 02 
MAN. .CHANGE NOV80 03476-90001 
SERV KOTE SET BELOW JANS3 
3476A/8-1 MAY76 WN ALL SER.REC CLEANING PROC “FOR CONTAMINATED Al PC BOARD ASSEMBLIES 
3476A-2A SEP82 WN ALL SER.CHANGES IN PART NUMBERS 
3476A-3 JAN77 WN SER BELOW 1619A05840.M0D TO IMPROVE: OHMS PROJECTION 
FFSETS 3476A~4 JAN77 WO SER BELOW 1519A05840.MOD. TO IMPR PERF 
1886 TO 1137 3476A-5B ...- APR81 WN ALL SER.FRONT PNL SW INFO 
§eSSSA/SSAAT 3476A-6  JUN81 WN ALL SER. INFO FOR XCHANGNG 3476A A1 PC ASSY USING BLUE STRIPE XCHANGE PROG 
34768 GPER & SERV MAN FEB76: 03476-90005 AUG77 03476-90055* 8L 01 G9 01 USE 34768 FICHE 03476-90056 
SHOCK. HAZRD OPER & ace MAN... —NOV76 03476-90006 MAR81 03476~90056 -8L 01 09 01 
10CK HAZARD “MAN CHANG NOV8O: 03476-90006 
SERV NOTE SET BELOW ; JAN83 ; 
3476A/B~1 MAY76 WN ALL SER REC CLEANING PROC FOR CONTAMINATED A1 PC BOARD ASSEMBLIES 
ON 3476B-2 - JAN77 WN SER BELOW 1617A05610.MOD TO IMPROVE OHMS PROTECTION 
3476B-3 JAN77 WO SER BELOW 1617A05610.MOD TO IMPR PERF 
3 3476B-48 APR81. WN ALL SER.FRONT PNL SW INFO 
3476B-5 JUN81 WN ALL. SER.REPL OF 34768 HMULTIMETER P C ASSY 
3476B-6 SEP82 WN ALL SER CHANGES IN PART NUMBERS 
3478A OPER MAN 0CT81 03478-90000 MAY82 03478~90050*% 8L 01 09 02 USE 3478A FICHE 03478-90053 
SERV MAN DEC81 03478-90001 MAR82 03478-90051* 8L. 01 09 03 USE 3478A FICHE 03478-90054 37038-014 
OPER MAN APR82 03478-90003 AUG82 03478-90053* 8L 01 09 02 USE 3478A FICHE 03478-90055 . 
SERV MAN JANB4 03478-90004 MAY84 03478-90054 8L 01 09 03 USE 3478A FICHE 05478-90056 i 
OPERATIONS MAN FEB83 03478-90005 DEC84 03478-90055  8L 01 09 02 : | 37032 
MAN: CHANGE NOV84 03478-90005 
SERV MAN JUN84 03478-90006 AUG85 03478-90056 8L 01 09 03 
MAN CHANGE = A APR85 03478-90006 
SERV NOTE SET BELOW OCT85 : S 
3478A-~1 MAR82 WN ALL SER.VERIF PROG LISTING (P/N 03478-9000) 
3478-2 MAY82 WA SER 2136A00101 TO 2136A00845.EXPL OF ERROR MESSAGE AT. TURN-ON 
3478-3 FEB83 WN ALL SER.REC REPL FOR A1U101 INP. OPER AMPLF 
3478A-4 NOV83 WO ALL SER.REC REPL OF OUTGUARD PROS ROM (U502) 
3478A~5 APR85 WN SER 2520 & ABOVE AND 2301 & BELOW.SYSTEM II CABINET INCH/METRIC ‘CONVERSION 
3480A OPER & SERV MAN FE873 03480-90001 OcTss 03480-90051 8 01 09 03 a i 
MAN CHANGE MAY74 03480-90001 


PASE 126 =| | 4/08/85 fe ee es oe | | Peewee Ay a PARE AT | 11/08/85 — 
oS | MODEL” ==«OSSCLITERATURE = sH/C_—SSWH/CPART.—FIGHE FICHE PART MOP De | MODEL 
TION Ste NUMBER = C_—'—=~C*«~«sSYPE:SC*«éS;CT:«S= NUMBER DATE NUMBER LT V6 ; NUMBER - 


tik DESCRIPTION. kee DESCRIPTION tik DESCRIPTION *RX. DESCRIPTION ik DESCRIPTION tik 


ven Lied VU Vet FU % AVF Vette ees Ve wi Vs Vw 
MAN CHANGE - A APR85 03478-90006. 
SERV. NOTE SET. BELOW ocTas 
3478A~1 MAR82 WN ALL SER.VERIF PROG LISTING (P/N 03478-9000) 
S478A-2 MAY82 WA SER 2136A00101 TO 2136A00845.EXPL OF ERROR MESSAGE AT TURN-ON 
3478A-3 - FEB83 WN ALL SER.REC REPL FOR A1U101 INP OPER AMPLF 
3478-4 ~ NOV83 WO ALL SER.REC REPL OF OUTGUARD PRGG ROM (U502) 
3478A-5 APR85 WN SER 2520 & ABOVE AND 2301 & BELOW.SYSTEM II CABINET INCH/METRIC CONVERSION 
|. 3480A OPER & SERV MAN FEB73 03480-90001 METES 03480-90051 8 01 09 03 
: MAN CHANGE . MAY74 03480-90001 


PAGE 126 11/08/85 PAGE 141 
: MODEL 


| 19/08/85 
QO  -LITERATURE —sH/C “H/C PART —- FICHE FICHE PART M P DP MODEL 
NUMBER c TYPE DATE NUMBER DATE NUMBER LT WV G NUMBER 
LON **% fe wee DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *** DESCRIPTION ee DESCRIPTION wick 
WHEN |} 3480478. SERV NOTE SET BELOW MAY78 —-3705A 
3480A/8~1 APR71 WO INSTAL OF 3485A SCANNER eee 
REL : “BA80A/B-2 JUN73 WA 3480A SER BELOW 1128A00775.3480B SER BELOW 1427A01250.REC REPL TO STOP ERRONEOUS 
E ytee CONT'D READING IN BCD OUTPUT 
3480A/8-3 FEB74 WO ALL SER.REC REPL A21C18 
3480A/B-4 - MAR74 WN ALL SERJ IMPROVE RELIABILITY 
3480A/8-5 MAR74 WO 3480A SER SELOW 1128A00845.34808 SER BELOW 1127A01550. OSCIL. ON -20V ‘SUPPLY 
: ae — 3480A/B~6 MAR74 WO ALL SER.REC REPL OR NIXIE DRIVER 
E ; _  3480A/8-7A JAN?5 WA ALL SER.BOTTOM COVER SHORTED TO GUARD 37050S 
3480A/B-8A OCT75 WA ALL SER-THAT HAVE BEEN RETROFITTED WITH OPTICAL ISOL BCD 03480-66525 /03460-69525 
CONT'D REVA/B ASSY.RED OF ERR IN THGUSANDS DIG IN OPTICAL ISOL BCD BOARDS 37070 
3480A/B-9 APR75 WO ALL SER THAT HAVE BEEN RETROFITTED WITH OPTICAL BCD CARDS. TEMP SENSI OPTICAL ISOL 
CONT'D BCD. OPERATION 
3480A/8-9 APR75 WO ALL SER RETROFITTED WITH OPTICAL GCD CARDS.TEMP SENSI OPTICAL ISOL BCD OPER 3707A~001 
ge 3480A/8-10 OCT76 WN ALL SER RETROFITTED WITH OPT 004 BCD OUTPT ASSY.MOD TO CORREC BCD OUTPT CLOCK FREQ. 
34808 OPER & SERV MAN FEB73 03480-90001 OCT84 03480-90051 8L 01 09 03 3707a-010 
MAN. CHANGE MAY74& 03480-90001 
3480C OPER & SERV MAN JUL75 03480-90004 JAN76 03480-90054* 8L 01 09 03 USE 3480D FICHE 03468-90057 -3708A 
WHEN 3480C/D SERV NOTE SET BELOW MAY78 
JUMPERS TO. : 3480C/D-1 OCT74 WO ALL SER.REPL PN FOR LED DISPLAYS 
. 3480C/D-2 APR75 WO 3480C SER BELOW 1337A00174.3480D SER BELOW 1338409302. TEMPERATURE SENSITIVE 
CONT'D OPTICALLY ISOLATED BCD OPERATION 
3480C/D-3 MAY75. WN ALL SER.DISCOLOR OF A1 PWR SUPY BRD 
3480C/D~4 OCT75 WA ALL SER.REC REPL FOR PWR SUPY CAPACITORS A6C2 TO A6C7 3710A . 
3480C/D-5 OCT75 WA SER WITH OPT OG4 BCD OUTPT ASSY.(HP PN 03480-66525 OR 03480-69525,REVA/B).IMPR OPER 
CONT'D WITH 9800 SERIES CALCULATORS 
3480C/D-6 OCT76 WN 3480C SER BELOW 1337A00286,3480D SER BELOW 1338A00786 WITH OPT 004 BCD OUTPT ASSY. 
CONT'D MOD TO CORREC BCD OUTPT CLOCK FREQ 
3480D OPER & SERV MAN JUL75 03480-90004 JAN76 03480-90054* 8L 01 09 03 USE 3480D FICHE 03468-90057 
OPER & SERV MAN JUN77 03480-90007 OCT85 03480-90057 8L 01 09 04 
3480D-001 = OPER & SERV MAN JUN77 03480-90007 SEP77 03480-90057 8L 01 09 04 
3480D-004 OPER & SERV MAN JUN77 03480-90007 SEP77 03480-90057 8L 01 09 04 
3481A OPER & SERV MAN JANOO 03481-90000 APR81 03481-90050 8L 01 09 01 
3482A OPER & SERV MAN AUG75 03482-90001 JANré 03482-90051 8L 01 09 02 
SERV NOTE SET BELOW AY78 
3482A-3B JUL74 WA SER BELOW 113300775. SUPER 3481A-1A.COMPATIBILITY PROBLEM WITH 3480C/D 
3482A-2 JUL74 WA SER BELOW 1133A00775. INTERMITTENT LOGIC PROBLEM ON 100MV,1V,0R 100V RANGE 
7 ~  3482a-3 JUL74 WO SER BELOW 1133A00711. INTERMITTENT FALSE TRIGGERING 
REVENT 3482A-4 ~ JAN7S WN SER BELOW 1130A00751.PROPER USE OF PRINT COMMAND (FLAG) SIGNAL 
foe 3482A-5 “ JUN75 WA SER ALL BUT OPTICAL ISOL REMOTE CNTR ASSY PRIOR TO REV. B.IMPR NOISE IMMUNITY To STEP 
4a. CONT'D INPUT VOLTAGES 
3484A OPER & SERV MAN JUM77 03480-90007 OCT&5 03480-90057 8L 01 09 04 
OPER & SERV MAN buG75 03484-90002 JAN76 03484-90052* 8L 01 09 03 USE 3484A FICHE 03480-90057 
SERV NOTE SET BELOW JUL83 ’ 
3484A-1 OCT72 WA IMPR OHMS ASSEMBLY PROTECTIO 


S484A-2 SULTS WO SER BELOW 124001494. INTERMETTENT FALSE TRIGGERING 


ys eee Meee CY)" 1] eee cee : oe eee ge Se EMBO T | 11708785 
eae Wp Pe MODEL ‘LITERATURE: H/C WIC PART FICHE “FICHE PART 7 P D ees : ae Poe TAN eal 24 MODEL 
ON eee dd MMBER  C -sTYPE = —s«AT) «NUMBER ~—ODATE = NUMBER LOT OV OG | | NUMBER 


«tek DESCRIPTION eke DESCRIPTION tit DESCRIPTION kkk DESCRIPTION tik DESCRIPTION ek 


ween % Tae Oke ce : Beets VL eeiGe: ui @en mei Ail 4aasanaeve ins Gee’ Jeace Ghiat! maestendia bee e he eee Es . : mea 


PAGE (127 


IN foe 


26 & 
132400101 


>EMENT 


5 TO 1137 
S3A/334A7 
> ADDED 


PAGE 128 


N tik 


CK HAZRD 


11/08/85 
MODEL 
NUMBER 


34B4A 


3A84A-HO4 
3484A-041 
SéB4A-042 
34844-0463 
3485A 


BAOA 


349A-HO1 


349A~HO2 
S490A 


11/08/85 
MODEL 


3490A. 


S4852AT5 
3482A~4 
3482A-5 

CONT'D 


OPER & SERV MAN 
OPER & SERV MAN 
SERV NOTE SET BELOW 


3484A-1 
3484A-2 


LITERATURE 
TYPE 


3484A~-3 


3484A-7 


-OPER-& SERV MAN 


OPER & SERV MAN 


. OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
» SERV NOTE. SET BELOW 


S485A-1A 
CONT*D 
3485A-2 
3485A-3 
3485A-4 
3485A-5 


OPER,PROG &CONF MAN 
OPER,PROG &CONF MAN 
MAN CHANGE 

SERV MAN 

SERV MAN 


-MAN CHANGE 


SUNT? 
bUG75 


OcT72 
JUL74 


H/C 


- DATE 


JAN?5 
MAY?5 


OCT76 
FEBB3 
MARES 
JUN77 
JUN77 
JUN77 
JUN77 
JUL74 
MAY74 


AUG75 
AUG75 


JUL76 
ocTs3 


N J 
SERV we SET BELOW 
J 


3488A=5 
OPER NOTE 


OPER NOTE CHANGE 


OPER NOTE 
OPER NOTE 
OPER & SERV MAN 


“MAN CHANGE 
SERV NOTE SET BELOW 
AIDA~1C J 


- BA90A-8B: 


“LITERATURE 
TYPE 


CONT'D 


Z-eona.~08 . 


F 

MAR77 
JANOO 
JANOO 


JUN76 
MAR78 


H/C 


DATE . 


NnEecRd 


WO SER BELOW TISSAUULT i INTERMZTIENK FALSE TRIGGERING 
WN SER BELOW 1130A00751.PROPER USE OF PRINT COMMAND (FLAG) SIGNAL 


WA SER ALL BUT OPTICAL ISOL REMOTE CNTR ASSY PRIOR TO REV 8.IMPR NOISE IMMUNITY TO. STEP 


INPUT VOLTAGES 


03480-90007 - OCTB5 03480-90057 BL 01 09 0 
03484-90002 gine 03484-9005e* 8L 01 09 03 USE 3484A FICHE 03480-90057 


WA_IMPR OHMS ASSEMBLY PROTECTION 
WO SER BELOW T12AA01494< INTERMITTENT FALSE TRIGGERING 


ae PAGE 142 
H/C PART FICHE. FICHE PART M P DP 


NUMBER DATE NUMBER tL T V6 
wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION wekk 


WN SER BELOW 1124A01576.PROPER USE OF PRINT COMMAND (FLAG) SIGNAL 

WA AE oor VotrAecE OPTICAL ISOL REMOTE CNTR ASSY PRIOR TO REV B.IMPR NOISE IMMUNITY TO. STEP 
IN 

WN ALL SER BELOW. 7224401986 WITH OPT 043.M0D TO ELIM AC CONVERTER OSCILLATION 

WN ALL SER.REC SUB TRANS FOR Q@1 OF DC AMPLF ASSY 

WN ALL SER.REC REPL OF FRONT PAN SAMPLE RATE. ADJUST POTENTIOMETER R3 


03480-90007 SEP77 03480-90057 8L 01 09 04 
03480-90007 | SEP77 03480-90057 8L 01.09 04 
03480-90007 SEP77 03480-90057 8L 01 09 04 
03480-90007 SEP77 03480-90057 8L 01 09 04 


03485-90001 a 03485-90051 01 09 02 
WO ALL SER WITH INDUCTOR COUPL REMOTE ASSY.INCORREC TIMG OF REMOTE "PROGRAM 
ACKNOWLEDGE” LINE 
WA SER BELOW 1119A00599.MOD FOR PROPER SCANNING UNDER REMOTE CONTROL 
WA ALL SER.OPT a TO DISABLE MONITOR FUNCTION WHEN IN REMOTE MODE 
NOT AVAILABLE 
WN ALL SER.REPR FOR CHNL INPT CONNECTORS 


03488-90000 DEC83 03488-90050* 8L 01 09 05 USE 3488A FICHE 03488-90052 
03488-90002 JUL85. 03488-90052 8L C1 09 05 


03488-90002 
03488-90009 APR84 03488-90059* 8L 01 09 O2 USE 3488A FICHE 03488-90060 
03488-90010 AUG85 03488-9006) 8L 01 09 05 


03488-90010 


JUL85 
WN ENGINEERING REV CODE 
WO SER 2240A01857 & BELOW. IMPROV CASE 
WN ALL ERC TEST PROC FOR NEW GROUP TO GROUP XTALK SPECIF 
WN REC RESIST REPL TO DECREASE PWR LISSIPATED IN DRIVER TRANS 
WN REC REPL OF FET'S Q901 THRU Q916 


00349-90012 JUL77. 00349-90013 SL 41 04 01 
00349-90012 


349A-905 
349-905 


MAR72 00349-90014 01 04 01 
MAR72 00349-90014 07 04 01 


03490-90016 APR78 03490-90066 8L 01 09 05 
03490-90016 ‘ 
APR83 


ALL SER.IMPR REL IN OPTICAL ISOL ASSY 
ALL SER.GPIB REPAIR KIT 
ALL SER. INTEGRATING CAPACITOR PN 
SER BELOW 1211A02105.PULSES ON +5V DC SUPPLY 
SER 1211A01107 TO 1211A01535. INSTALL A/C) + A7C2 IN OHMS CONVERTER 
O SER BELOW 1211A02105 RATIO ASSY. IC SOCKET SHORTS 
ALL. SER.SERVICE KIT 
SER 1211A02555 & BELOW; SER 1529403905 & BELOW.REC REPL OF PWR SUPPLY eee ACEO 


H/C PART. FICHE FICHE PART. ne Pop : 
NUMBER DATE - NUMBER. LTV 
the DESCRIPTION # ake: DESCRIPTION + wee. DESCRIPTION » whe DESCRIPTION wie DESCRIF TION hk 
101 TO c107 


Un All Cfp_pEDI. Dai EAbd den. nrebi av 


geen 


11/08/85 
MODEL 
NUMBER 


| 37tta 


37114 


3712A 


3712A-004 
-3712A-005 
3712A-020 
3715A 


11/08/85 
“MODEL 
NUMBER 


3716A 


w AT ROD i 
JAN7? WO ALL SER.IMPR REL IN OPTICAL ISOL ASSY 
MAR74& WN ALL SER.GPIB REPAIR KIT 
MAR74 WN ALL SER. INTEGRATING CAPACITOR PN 


MAR74 WO SER BELOW 1211A02105.PULSES ON +5V De SUPPLY 


5 44137 2 ; oe MAR74 WA SER 1211A01107 TO 1211A01535. INSTALL A7Ci + A7C2 IN OHMS CONVERTER 
Habe MAR74 WO SER BELOW 1211402105. RATIO ASSY IC SOCKET SHORTS 
A/S34A MAY?74 WN ALL SER.SERVICE 


peree ie 3a90A-8B = s—s—Ss*FEEBES WA SER 121102555 ‘ BELOW;SER 1529003905 & BELOW.REC REPL OF PUR SUPPLY CAPACITORS 


AGE 128 11/08/85 ine te | ’ PAGE 143. 
MODEL 0 LITERATURE H/C... H/C PART FICHE FICHE PART M P D P 2 
ae NUMBER CTYPE DATE NUMBER DATE NUMBER L T VG S 
: wee DESCRIPTION #** DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *** DESCRI@TION ee 
CHiTED -BAS0A = CONT'D ¢101 TO C107 
Sataee. ee 3490A-98- DEC82 WO ALL SER.REPL PN FOR LED DISPLAY 
AZARD 3490A~10, MAY75 WO ALL SER. IDENT LEADS FOR OPTICAL ISOL 
3490A-11 OCT75 WO ALL SER-REPL PN FOR REBUILT HP-18 OPTICAL ISOLATION ASSEMBLY 
3490A-12A JAN77 WO ALL SER.MOD TO IMPROVE PERFORMANCE 
3490A~13. - AUN76 WN-ALL SER.AIR CAP TO PC BRD ALIGNMENT TO IMPROVE RELIABILITY 
3490A-14 Ps JUL76 WN ALL SER.DIGITAL TROUBLESHOOTING 
3450A-15 NOV76 WO ALL. SER.REC REF SUPPLY REPLACEMENT 
3490A-16 JAN79 WA SER 1637A06200 & BELOW.REC MOD TO IMPROVE REL OF A2 ASSY 
3490A~17 _  OCT81 WN ALL SER.SPARE PARTS & TRBLESHTNG INFO 
3495A PROG & SERV MAN NOV77 03495-90012 AUG85 03495-90062 8L 01 09 04 
MAN CHANGE JUN85 03495-90012 : 
PROG & SERV HAN SEP74 03495-90000 JAN76 03495-90090% 01 09 02 USE 3495A FICHE 03495-90091 
PROG & SERV MAN JUN77 03495-90011 AUG77 03495-90091* SL 01 09 O2 USE 3495A FICHE 03495-90062 
SERV NOTE SET BELOW : JANSS 
3495a~1 JAN77 WA ALL SER. INSTAL OF LO THERMAL RELAY ASSEMBLIES CONNECTOR GUIDE 
3495-2 MAY77 WA MOD TO EASE INSERT + IMPR ALIGNMENT WITH 3495A MAINFRAME 
3495A-3 AUG78 WN SER 1428A02505 & BELOW.REC MOD TO MEET EUR VDE CONDUCTED RFI SPECS WITH ACC 444130. 
- BA95A-4 FEB78 WA SER BELOW 1428A02185.PWR SUP MOD FOR 3495A WITH 4 ACC 44404A'S OR 44405A'S 
3A95A-5 MAR79 WN SER 1428403935 & BELOW.REC PROC FOR GORDOS RELAY INSTAI.L 
3495A-6 NOV8O WA ALL SER.MOD TO IMPROVE 3495A/3455A TRIGGERING 
3495A-78 MAR83 WN ALL SER.SPARE PART & TRELSHTG INFO 
3495A-88 SEP83 NOTIFICATION TO G3SOLETE SERVICE NOTE 03459A-8 
3495A~-9A AUG83 WN ALL SER.20 CHNL TEST CONN OPER 
3496A OPER & SERV MAN JUL79 03496-90001 NOV79 03496-90051* 8L 01 09 O03 USE 34964 FICHE 03496-90052 
OPER & SERV M JUN82 03496-90002 DEC82 03496-90052 8L 01 09 04 
SERV NOTE Ser ASELOW OCT84 
3496A~18 JUL82 WA SER 1740400343 & BELOW.CAUTION TO PREVENT SERIOUS SCANNER MECH DAMAGE 
3496A-2 JUL8O WN SER 1740A90192-1740A00499 (BEZEL FASTENERS ONLY) & SER PRIOR TO 1740A00191 (BOTH 
CONTD CHANGES APPLICABLE). IMPROVED BEZEL & REAR GRILL FASTENERS 
3496A-3 JUL81 WO ALL SER.REC REPL DUT PWR SUPPLY RELAYS 0490-1129 WITH DATE CODES 8010 THRU 8037 
3496A~4C JUN82 WO ALL SER.MOD TO IMPR REL OF SIG ANALY (OPT 008) IN 3060A SYST CONFIG. 
3A96A-5A JUN82 WN SEX 1801A00819 & UP.NEW SCANNER ANALOG BD & CENTER BAR DESIGN 
ASEA IED 3060A-6 APR82. WN ALL SER.REPL PADDLE PIN CHP P/N 1258-0179)CHANGE FOR USE ON 03496-66552 ANALOG RELAY 
3496A-7A JAN83 WA SER 2137A00990 & BELOW.ELZM FIXTURE ENBLE ARC AT PADDLE PINS 
3496A-8 JUN84 WN ALL SER.REPL LIGHTED PUS!/BUTTON SWTCH 
34968 SERV NOTE SET BELOW APR82 
34968-48 DEC81 WO ALL SER IMPROV OPT 008 CONFIR TEST 
3497A OPER & SERV MAN APR80 03497-90000 SEP80 03497-90050* 8L 01 09 03 USE 3497A FICHE 03497-90064 
INTRO USERS GUIDE APR80 03497-90001 JUNBO 03497-90051* 8L 01 09 01 USE 3497A FICHE 03497-90060 
* INTROD USERS GUIDE APR80 03497-90010 AUG81 03497-90060* SL 01 09 01 USE 3497A FICHE 03497-90064 
OPER & SERV MAN JUL81_ 03497-90011 OCT81 03497-90054* 8L 01 09 03 USE 3497A FICHE 03497-90070 
- INTRO USERS GUIDE  APR80 03497-90014 JANB2 03497-90064* 8L 01 09 01 USE 3497A FICHE 03497-90070 
OPER & SERV MAN FEB82 03497-90015 MAY82 03497-90065* 8L 01 09 O02 USE 3497A FICHE 03497-90070 
. -OPER,PROGECONF MAN DEC82 03497-90019 MARB3 03497~90069% 8L 01 09 09 USE 3497A FICHE 03497-90073 
EV R120 INSTALL & SERV MAN DEC82 03497-90020 MAY85 03497-90070 8L 01 09 05 
MAN CHANGE MAR85 03497-90020 
SERV MAN DEC82 03497-90021 MAY83. 03497-90071* 8L 01 09 04 USE 3497A FICHE 03497-90072 
SERV MAN APRB4 03497-90022 MAY85 03497-90072 8L 01 09 04 


MAN CHANGE . MAR85 02497-90022 


AGE 129 ac 11/08/85 eee on : case 144 
fe so [o> MODEL LITERATURE. .. H/C H/C: FART “FICHE FICHE PART ‘ PD. a 


sei MMBER C ee TYPE DATE 


NUMB DATE NUMBER =oL OT OV) 
ihe DESCREPTION tek DESCRIPTION we DESCRIPTION ak DESCRIPTION tht DESCRIPTION ial 


SAS7A OPER, PROGECONF WAN Novas 03497-90023 " MAY85 03497-90073 cn 01 09 09 SES] 
oe a - SERV-NOTE SET B BELOW ocTss. 
: : 3497A=1- AUGBO WO ALL. SER. INSTRUCT FOR: “MAKING BLU STRIPE XCHANGE FoR naag7oaecin: Tre An 


11/08/85 
’ MODEL 
NUMBER ¢ 


37160. 


3717 


372 SERIES 
3720A 


37201A 


37201 A~050 


11/08/85 
MODEL 
NUMBER 


ao: 


2NIKU USEKS GUIDE APRSU US479/-7UU14 JANGE YOR Fim 7UUOS* SL UI UF UT USE S47 A FICHE USSyf@yUUTU ; : ‘ 
OPER & SERV MAN FEB82 03497-90015 MAY82 03497-90065* 8L 01.09 02 USE 3497A FICHE 03497-90070 : 
OPER,PROGECONF MAN  DEC82 03497-90019 MAR83 03497-90069* 8L 01-0 09 USE 3497A BIE 03497-90073 


R120 INSTALL & SERV MAN DEC82 03497-90020 MAY85 03497-90070  8L 01 09 05 
; MAN CHANGE MAR85 03497-90020 
SERV MAN a ~ DEC82 03497-90021 © MAY83. 03497-90071* 8L 01 09 O4 USE 34974 FICHE 03497-90072 ‘ : 
~ SERV MAN  APRB4 03497-90022 Bates paere nore. 8L 01.09 04 Gee ey 
MAN CHANGE MAR85. 02497-90022: Joo. | 37201a=050 4 


11/08/85 ee ; : PAGE 144 1 91708785 
HODEL LETERATURE H/C H/C PART FICHE FICHE PART M PD P 1 MODEL 0 
NUMBER : Cc TYPE DATE NUMBER DATE NUMBER L T V6 i 1 NUMBER C 


*xk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *#* DESCRIPTION *** 


S497A OPER,PROG&CONF MAN NOV84 03497-90023 MAY85 03497-90073 8L 01.09 09 be : 
: SERV NOTE SET BELOW OcTs5 Po 3t203A 
3497A~ - AUG8O WO ALL SER. INSTRUCT FOR MAKING BLU STRIPE XCHANGE FOR 03497-69510 TCC BD ae 
SEP80 WA SER 2011A00359 & BELOW. INSTAL ANALOG & DIGITAL EXT CONN FOR INTERFACING 3497A/3498A 
NOV8O WA SER 2011A00160 & BELOW.REC OUTGUARD CONTROLLER BD EPROM TO ROM UPDATE TO IMPR PEL? 

NOV8O WN ALL SER.INSTR FOR MAKING A BLUE STRIPE XCHANGE FOR aces 

SA97AW5SA >> SEP81 WN ALL SER.«3497A PROD SUPP PKG (03497-69900) CONTENTS & OPER INST 

SA97A-6 . FEB81 WA SER 2011A00160 & BELOW.REC OUTGUARD CONTROLLER BD (3497-65501) WHEN INSTALL 100 KHZ 

CONT'D RECIPROCAL CTR ASSY 

3497A~7B . SEP81 ALL SER.NEW XTAL HANDLING PROC DURING BLUE STRIPE 8D XCHANGE FOR 03497-69502 

3497A-8B MAY83 ALL CUSTOMER SPARE PARTS REC 

“BAITAWD —... JUL81. WN: ALL. SER. INSTRUCT FOR REMOVING oer ROM WHEN MAKING BLUE STRIPE BD XCHANGE: OF HP-18 cee b 

CONT'D MAINFRAME OUTGUARD CONTROLLER B 37203A-001 

3497A-10 JUNS2 ALL SER.OPER VERIF OF THERMOCOUPLE COMPENSATED OPT 020 ane er cae 

3497A~-11 DEC82 SER. REC LED DISPLAY REPL 3reik. 
3497A-12 APR83 SER-MAINFRM VERIF. CHECKS ie : 
3497A-13 TO PREV INTERRM TURN-ON FAILURES €/OR FRONT PAN/. 1/0. LOCK-UPS 

SA97A=14 FUSE REPL FOR 50 HZ OPER 

3497A~15 INPUT PELAY REPL FOR VOLTMETER OPT 

3497A-16 REPL TO IMPROV STABILITY OF VOLTMETER OPT CURRENT SOURCE 

3497A-17 RESISTOR REPL TO IMPROV VOLTMETER OPT STABILITY 

3497A=18 PWR SUPPLY REPL 

3497A-19 SER.9825A/C CARDVER PROG ERROR 

3497A~20 2222A08697 THRU 2448A16174.M0D TO REPLACE MISSING DICADE ADDRESS CHANG TRACE 

3497A-21 2514 & ABOVE AND 2448 & BELOW.SYSTEM II CABINET INCH/METRIC CONVERSION 

BA97Ar22 ALL SER.GETTING DC1 HANDSHAKING TO WORK FOR OPT WHEN 44420A INTER DVM IS NOT PRESENT 

3497A~23-S SAFETY:SER 2448A15955 & BELOW.POSS SHOCK HAZ 


OPER & SERV MAN MAR82, 03498-90001 venae 03498-90051 8L 01 09 02 
SERV NOTE SET BELOW OcT85 
3498A-1 NOV80 WO ALL SER.MOD TO PREVENT INTERMITTENT RESP OF DIG INPUT OPT 050 CARDS (44425A) WHILE 
CONT'D IN. A _3498A EXTENDER 
3498A-2 JAN81 WA SER 2026A00186 & BELOW.MOD TO IMPR +5 VOLT OUTGUARD PWR SUPPLY OPERATION 
3498A-3~S HAR8S WA SAFETYsSER 2223A04650 & BELOW.POSS SHOCK HAZ 
350A -- OPER & SERV MAN JANOO 3508-910 APR81 350A/B-550 . 8L 01 09 01 
3508 OPER & SERV MAN JANOO 3508-910 APR81 350A/B-550 8L 01 09 01 


350€/D SERV NOTE SET BELOW MAY78 
350C/D~1 OCT66 10DB,100DB ATTEN ASSY REPL INSTRUCTNS 


350D OPER. & SERV MAN MAR?71 00350-90203 MAY80 00350-90253 8L 01 
MAN. CHANGE FEB80 00350-90203 ; ; -37210/220T 


350718 «SOOPER NOTE =©—-»-—=—=—«JANDD 35071-90005 _APR73 35071-90006 : 

350716 OPER NOTE Jano 35071-90005. —APR73_ 35071-90006 | potas | | s7et2a 

35071¢ “OPER NOTE JANOD 35071-90005 —_APR73 35071-90006 — | ) | 

35071D —=—s«OPER. NOTE JANOO 35071-90005 —APR73. 35071-90006 : | ‘372130 
‘| 3593A——sCOPER & SERV MAN _—MAY68 03513-90009 --—-ocT8O 03513-90059 BL | Ae oes | 3204 


1078 


xEPAIR 


11/08/85 “ . ge ah ee PAGE ae 1 99/08/85 
MODEL LITERATURE H/C H/C PART FICHE” FICHE PART MPD P 3 MODEL 0 
NUMBER CC TYPE DATE NUMBER DATE Lt or NUMBER = C 

ee: es ike DESCRIPTION ee DESCRIPTION ihe DESCRIPTION tke DESCRIPTION tik DESCRIPTION wee Ls ss 

35144 «COPPER & SERV MAN MAYOS 03513-90009 --octo 03513-90059 aL OT at OF : aes) See ec) Ca 


3520/3521 SERV NOTE SET BELOW APR79. Sa ae Oe re ee er ee 
oo 2! 3590/24 04g=4 OCT68 SECONDARY: CAPSTAN ASSY REPL INSTRUCT. ee Se 


JANOO 35071-90005 
JANOO 35071-90005 
MAY68 03513-90009 


| 35071 
35071D 
3513A 


OPER NOTE 
_ OPER NOTE 
OPER & SERV MAN 


APR73 35071-90006 


~ 01 45 01 3 
APR73_ 35071-90006 . 


01 45 01 37213A wu 
| 37214A U 


OCT80. 03513-90059 8L 01 11 01 


PAGE 145 


3524/25/26/27A~1 


3524/3525 /3526/ 
3527-2 


DEC68 


APR79 
ALIGNMENT OF TAPE TAKE-UP. ARM 


MAY70 WN SER BELOW 818.MOD TO ASSURE PROPER TIME DELAY OF K-5 START RELAY 


3724A 


11/08/85 ed Oe 11/08/85 
MODEL LITERATURE _ we PART FICHE FICHE PART M PD P MODEL 0 
NUMBER oC TYPE NUMBER _——dDATE NUMBER LT V NUMBER C 
. tek DESCRIPTION *t* DESCRIPTION *te DESCRIPTION ‘kk DESCRIPTION ek DESCRIPTION #4é 
35140 OPER & SERV MAN MAY6E 03513-90009 OCT80 03513-90059 8L 01 11 01 372144 37 
3520/3521 SERV NOTE SET BELOW R tae! APR79 37215A. US 
3520/21 A+8-1 OCT68 SECONDARY CAPSTAN ASSY REPL INSTRUCT 
3500/35e1Act _APR6? PROC FOR GOHZ TO 5OHZ FIELD CONV | 372160 US 
35244, OPER & SERV MAN MAY68 03524-90009 AU682 03524-90059 8L 01 11 02 3722 oP 
3524A/3525A SERV NOTE SET BELOW APR79 SE 
 3524A/25A-1 OCT68 SECONDARY CAPSTAN ASSY REPL INSTRUCT 37 
| 3524/25 /26/27A-1 DEC68 ALIGNMENT OF TAPE TAKE-UP ARM. 3 
3508/5320/3526/ ‘MAY70 WN SER BELOW 878.mM0D TO ASSURE PROPER TIME DELAY. OF K=5 START RELAY 0 
3524A-3/3525A-3/ AUG73 WN ALL SER.REPL OF DASHPOT 1520-0073 37 
a 3526A-3/3527A~3 37 
| 3525A OPER & SERV MAN MAY68 03524-90009 AUGS2 03524-90059 8L 01 11 02 | 37 
3526/3527 SERV NOTE SET BELOW 37222A IN 


3524A~3/3525A~3/ 
3526A73/3527A-3 
3526A/27A-1 


OPER NOTE 
OPER NOTE 


AUG73 WN ALL SER.REPL OF DASHPOT 1520-0073 
OCT68 SECONDARY CAPSTAN ASSY REPL INSTRUCT 


JUL71 03529-90005 NOV71 .03529-90050* 01 09:01. USE. 3529A FICHE 03529-90056 
JUL82 03529-90006 SEP82 03529-90056 8t 01 09 01 


OPER & SERV MAN 


' MAN CHANGE 


354A 
35408 
3547A/3544A 


OPER & SERV MAN 


OPER & SERV MAN 
REV A & 8 
MAN CHANGE 


N 
SERV NOTE SET BELOW 
3535A-1A 


OPER & SERV MAN 
OPER & SERV MAN 
REV A&B 
MAN CHANGE 


SERV NOTE SET BELOW 
3538A~1 


OPER NOTE 
OPER & SERV MAN 


SERV NOTE. SET BELOW 


3541A/3544A~1 


OCT?71 00353-90003 
MAR78 00353-90003 


AUG68 03534-90010 
NOV68 03535-90010 


APR69 03535-90010 
JAN74 03535-90010 


ocT78 
FEB68 PREF REPL FOR AIR11 


AUG68. 03534-90010 


NOV68 03535-90010 
APR69 03535~90010 
JAN74 03535-90010 


APR78. 00353-90053 


JANB2 03534-90060 
JAN76 03535-90050 


8L. 01 01 


8L 01 01 
8L 01 02 


JANS2 03534-90060 
JAN76. 03535-90050 


OcT78 . 
NOV68 MOD REQ WHEN HEAD ASSY REPLACED 


SEP74 00354-90007 
AUG73 03540-90011 


: ocT78 
SEP68 TECH SPEC OF NEW WIDEBAND FM ELECTRONICS 


OcT84 00354-90008 
JAN82_ 03540-90061 


8L 01 04 01 
BL 01 11.01 


FOR 3950 +3955 ANALOG TAPE SYSTEMS 


11/08/85 : a PAGE 146. 1108/85 
MODEL. 0 LITERATURE H/C H/C PART FICHE FICHE PART M PDP MODEL 0 
NUMBER —C TYPE DATE NUMBER _DATE ‘NUM LTV 6 ‘ NUMBER CC 
: ‘ : ; co ik DESCRIPTION igial DESCRIPTION ick DESCRIPTION kek. | DESCRIPTION balaiad DESCRIPTION tek eS bag ee 

35438 ==———sOPER & SERV MAN ~Aus73 03540-90011 —JAN82 03540-90061 “BL 01 4901 : 3730A Et 
/ 355¢ OPER NOTE NOV72 00355-90025 _DEC72 00355-90026" 01 04 01 USE 355¢ FICHE 00355-90037 : 37 
OPER & SERV MAN APR77 00355-90036 MAY77 00355-90037* 8L 01 04 01 USE 355C FICHE 00355-90039 37 
OPER & SERV MAN NOV78 00355-90038  FEB79 00355-90039* 8L 01 04 01 USE 355C FICHE 0355-90046 37 


35408 
3541A/3544A 


11/08/85 
MODEL. 


35500, 
3550A/8 


35508 


3551A 


11/08/85 
MODEL 


OPER & SERV MAN 


SERV NOTE SET BELOW ae OCcT?8 
SEP68 TECH SPEC OF NEW WIDEBAND FM ELECTRONICS FOR 3950 +3955 ANALOG TAPE. SYSTEMS 


S541A/3544A-1 


LITERATURE 
TYPE 


‘OPER & SERV MAN 


~ OPER NOTE 
OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 
355C=1. pe? 


OPER. NOTE 

OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 
3550-1 


OPER ROTE 
OPER & SERV MAN 
OPER & SERV MAN 


- OPER & SERV. MAN 


OPER NOTE . 
OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
MAN. CHANGE 


SERV NOTE SET BELOW 
3550A/B~1 


3550A/B~2 


OPER MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 
3551A70 


3551/52a~1 
BS5tA~2/3552A~2 
3551A/3552A-3 
S551 A/3552A-4 


3551A-98 
3551A~10 
SS51A~11A 


S557A-14 


AUG73..03540-90011 


H/C H/C PART 


DATE. NUMBER 


JAN82 03540-90061 8L 01 11 01 


ae PAGE 146 
FICHE: FICHE PART MP D P 


DATE NUMBER tL T VG 
tik DESCRIPTION &ex DESCRIPTION *** DESCRIPTION *%* DESCRIPTION *** DESCRIPTION wk 


AUS73 03540-90011 


NOV72 00355-90025 
APR7? 00355-90036 
NOV78 00355-90038 
AUG80 00355-90045 


JAN82 03540-90061 8L 01 11.01 


DEC72: 00355-90026* 01 04 01 USE 355¢ FICHE 00355-90037 
MAY77 00355-90037* 8L 01 04 01 USE 255C FICHE 00355-90039 
FEB79 00355-90039* 8L 01 04 USE 355C FICHE 00355-90046 
OCT8O 00355-90046 8L 01 04 01 ee 


JUL85 
MAR&5 WN SER 1203A36850 & BELOW.NEW ATTEN DIAL 


NOV72 00355-90025 


APR?7 00355-90036 
NOV78 00355-90038 
AUs80 00355-90045 


USE 355D FICHE 00355-90037 
USE 355D FICHE 00355-90039 
USE 355D FICHE 00355-90046 


DEC72 00355-90026* 01 
MAY77 00355-90037* 8L 01 
FEB79 00355-90039* 8L 01 
OCT80 00355-90046 8st 01 


JUL85 
MAR85 WN SER 1204A39325 & BELOW.NEW ATTEN DIAi. 


NOV72 ‘00355-90025 
APR7?7. 00355-90036 
NOV78 00355-90038 
AUG80 00355-90045 


NOV72 00355-90025 
APR?77 00355-90036 
NOV78 00355-90038 
AUG80 00355-90045 


MAR67 03550-90002 
APR69_ 03550-90002 


DEC7e 00355-90026" 01 
MAY77 00355-90037* 8L 
FEB79 00355-90039* 8). 
OCT8O 00355-90046 8i. 


DEC72 00355~90026* 

MAY77 00355-90037* 8L 
FEB79 00355-90039* 8L 
OCT8O 00355-90046 8L 


APR75 03550-90052 


USE 355€ FICHE 00355-90037. 
USE 35S5E FICHE 00355-90039 
USE 355E FICHE 00355-90046 


USE 355F FICHE 00355-90037 
USE 355F FICHE 00355-90039 
USE 355F FICHE 00355-90046 


OcT78 
JUL71 WO 3550A/B SER BELOW 0964A01765.ADDITIONAL SUPPORT FOR CARRYING STRAP 
JUL77 WA SSSCA-ALL SER.35508-PRE829 & BELOW.REPLACEMENT CASE POWER CORD COMPATIBILITY 


FEB73 03550-90005 
DEC78 03550-90005 


OCT?75 03551-90001 
MAR77 03551-90003 
JUL83 03551-90004 


NOV82 03550-90055 8L 01 A1 01 


DEC75. 03551-90051* 8L 01 09 03 USE 3551A FICHE 03551-90053 
OCT78 03551-90053* 8L 01 09 04 USE 3551A FICHE 5957-4422 
SEP83 5957-4422 8L 01 38 04 


OcT81 
JUL81 WN ALL SER.SERV NOTE INDEX 
NEW STYLE A3 BOARD 
3551A SER BELOW 1425A00355.3552A SER BELOW 1435A00140.MOD TO RED SUSCEPT TO RFI 
MOD TO IMPR PERFORMANCE 


3551A_SER BELOW 1550A01406.3552A tye 1125a00231.IMPR PERF MOD. SUPER 3551A/2A-3 


ALL SER.RPLCMT PT NOS FOR LED DISP 

SER 1550A02475 & BELOW.POWER SUPPLY FUSE CHANGE 

SERIES 1550A01705 & BELOW.POWER SUPPLY ASSEMBLY & POWER TRANSFORMER CHANGE 
SER 1550A02525 & BELOW.LINEAR AMP CHANGE 

SER 1550A04325 & BELOW.REC A3 INPUT AMP ASSY,FRONT PNL & SUBPNL: REPL. 

ALL SER.MOD TO PREVENT INTERMITTENT TIME go Tiabaeeel 

SER 1550A05665_& BELOW.PREF WECO 310 JACK R 

SAFETY.SER._1550A05921. THRU 1550A06220.POSS INCORRECT PWR LINE FUSE RATING 
ALL SER.+12 VOLT REGULATOR REPL INSTRUCTIONS 


‘JUN81 WO SER 1550A08320 & BELOW.CURE FOR AUTO RANGING PROB IN HI FREQ & HI LEVEL APPLICATIONS © 


| 41708785 
"MODEL 
NUMBER 


| 3730A 


ie : PAGE 147 11/08/85. 
LITERATURE H/C PART FICHE ae PART MP : P MODEL 
NUMBER TYPE NUMBER DATE NUMB LT 6 NUMBER Cu 
: kkk DESCRIPTION kkk DESCRIPTION hk DESCRIPTION kkk DESCRIPTION kk roeaietee wih : : ; : 
: : : : 37378 OPER 
“3552A- OPER & SERV. MAN JAN 03552-90002 | DEC76 03552-90056", BL 01 09 03 USE 35524 FICHE 03552-90058 pe ae : ee 2) MAN. 
ex! ~. “OPER & SERV (MAN FEB7? 03552~90003 APR77 03552-90058* 8L 01.09 04 USE 3552A FICHE 03552-90059 oe be -~ OPER 
OPER & ace’ MAN DEC77 03552-90004 JUNS2 03552-90059. BL 04 $4 ‘04 : ee ey cee SERV 
MAN. CHA JUL81 03552-90004 : = Baga i eee Se sae Pal es BESS ; 27378 
SERV NOTE SET BELOW JUL80 kerr x : cS = Be ee ee as aaokee — ee  Se37E 
3551/52A ; ‘MAY75. NEW STYLE AZ BOARD =~ cathy hs ‘ 7 : ! : poe ws : 27270 


eee 


11/08/85 
MODEL 
NUMBER 


3552A 


35601A 


3561A 


| 11/08/85 


SODEL 
“UMBER 


3561A 


35620 


35677A 


35677A/8 


Ld AGN 
~APR8O WA SAFETY. SER 1550405921 THRU 1550A06220.POSS INCORRECT PUR LINE FUSE RATING 
APR8Q WA ALL-SER.+12 VOLT REGULATOR REPL INSTRUCTIONS 
S551 A—14 JUN81 WO SER 1550A08320 & BELOW. CURE FOR AUTO RANGING PROB IN HI FREQ & HI LEVEL APPLICATIONS 


~ PAGE 147 
LITERATURE © H/C PART FICHE FICHE PART MP DP 

TYPE NUMBER DATE L 

wick DESCRIPTION ex DESCRIPTION ek DESCRIPTION tek DESCRIPTION ** DESCRIPTION #i 


OPER & SERV MAN - JAN76 03552-90002 DEC76 03552-90056* 8L 01 09 63 USE 3552A FICHE 03552-90058 

OPER & SERV MAN 2 APR77 03552-90058* 8L 01 09 04 USE 3552A FICHE 03552-90059 

OPER & SERV MAN JUN82 03552-90059. 8L 01 74 04 

MAN CHANGE JUL81 03552-90004 

SERV NOTE SET BELOW ret 

3551/52A~1 “MAY75 NEW STYLE A3. BOAR 

3551A~2/3552A-2 WA 3551A SER BELOW 1425400355. 3552A SER BELOW 1435A00140.MOD TO RED SUSCEPT TO RFI 
3551A/3552A-3 MOD TO IMPR PERFORMA 

3551A/3552A-4 & a8 SER BELOW 1850401406. 3552A. SER BELOW 1125A00231.IMPR PERF MOD.SUPER 3551A/2A-3 
3552A-5 . R 1604400260 & BELOW.POWER SUPPLY ASSEMBLY & POWER TRANSFORMER CHANGE 
3552a-6 © ; SER.PWR SUPLY FUSE CHANGE 

3552A~U~4 BELOW -OO300.IMPR PERF MOD.GOES WITH 3551A~4/3552A-4 

3552a-U-100 ah . 1615U-00290 + UP.ELIM OF ATTEN LOCKING MECHANISM 


~-3B5S2a-U=101 2 BELOW 1635U-00440.REC REPL FOR POWER TRANSFORMER 


3552A~-U-102 | BELOW 1635U-00440.REC. REPL FOR POWER SUPPLY ASSEMBLY (A5) 
3552A-U~103 SER.REPL P/NS FOR LED DISPLAYS 


~3552A-U-6 1733U-00745.REC PWR SUPPLY FUSE CHANGE 


3552A°U-7 : SER.MOD TO PREVENT INTERMITTENT TIME BASE PROBLEMS 


OPER & SERV MAN OcT70 03555-90003 bik 03555-90053 01 09 02 
A 


o 
Cc 


LITERATURE H/C H/C PART FICHE FICHE PART MP DP 
TYPE DATE NUMBE DATE MBER LT V 
: ake DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION akk DESCRIPTION tik DESCRIPTION tek 

» BS61A-7 : FEB85 WC. ALL SER.OPT 001 BUBBLE MEMORY MOD TO PREV ERROR REYURN CODE -15 29989 00368342 

3561A-8. -, JUL85 WA SER 2338A01928 & BELOW.NEW PUR SWTCH WITHSTANDS GREATER SURGE CURRENT. 

OPER NOTE FEBS 03562-90031 APRES 03562-90231 BL O01 A101 

SERV MAN! DECES 35677-90010 oe Auss4 35677-90060 8k on Al 02 

OSERV.NOTE SET BELOW -ocTas 


SERV NOTE SET BELOW 
“35 1 0 


SERV NOTE SET BELOW 
3555A~1 DEC68 Wo C-MSG FILTER RESPONSE AT 4KHZ 


OPER & SERV. BAN JUN76 03555-90008 mat 03555-90058. 8L.01 09 02 


SERV NOTE SET BELOW 
1 WO RECOMMENDED PEPLACEMENT FOR A3Q22 
WA SER 0992A06760 & BELOW. IMPROVED PWR SUPPLY REL 
WA Migtaclon SER 0992A06150 TO 0992406950. FRONT COVER HOD TO TURN INSTR OFF. WHEN COVER IS 
WO ALL SER TRELSHTNG PROC TO TEST INTERMITTENT METER CIRC 
35558-5 WN SER 0992A03536 & BELOW. IMPROVE PWR SUPPLY 


OPER & SERV MAN AUG73 Daeee csagne MAY82 03556-90050 8L 01 09 02 
MAN CHANGE UK APR81 03556-9000 
SERV NOTE SET BELOW APR79 
3556A~U-1000 OCT74 WN SER BELOW 1348U-012800.REED RELAYS A3 K2/KS 
OCT75 WO SER BELOW 1348U01725.REPL PN FOR AzQ1,2,3,+ 7 
AUG76 WA SER BELOW 1348U01785.MOD TO. ELIM WN-SCALE READ ON LO FOUR RANGES WITH NO INPT APPLYD 
3556A-U-1003A APR78 WO SER BELOW 1547U.NEW BATTERY MOD 


OPER & SERV MAN 0CT81 35601-90000 DEC81 35601-90050* 8L 01 09 03 USE 35601A FICHE 35601-90051 
OPER & SERV MAN SEP82 35601-90001 JUN83 35601-90051 8b 01 A1 03 


OPER MAN 4 03561-90001 AUG84 03561-90051. 8L 01 A1 03 
SERV rhe 03561-90010 MAY84 03561-90060. 8L 01 A1 09 
INSTALL NOTE B4 03561-90020 fares 03561-90220 8L 01 A1 01 


CT 
WO. ALL SER. OPT 001 SUBBLE MEMORY-NEW BUBBLE MOD PACK 
- WA ALL SER.MOD TO PREV HORIZ !.INES BEING DSPLY DURN MARKER OPER 
WN SER 2338A01000 & ABOVE.12 ROMS REPLACE 24 EPROMS ON A40 PROCESSOR ASSY 
WO HOW TO PROP IDENTIF CURRENT SENSING INDUCTOR A70T600 
WA He Tele ise OPERABLY’ «MOD TO REV C ASO ASSY TO MAKE BUILT-IN DIAGN TEST ROUTINES 
, PERA 
3561A76 a WO he SER.OPT 001 BUBBLE MEMORY MOD PKG 
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11/08/85 
MODEL 0 
NUMBER oC 


37378 OPER 
M 
378A sCSERV 


37388. (OPER | 


3739A SERV | 


37398 OPER | 


3743A. OPER 


3743A-002. . OPER 


3743-003 OrER 


11/08/85 
MODEL ie ame | 
NUHBER c 
3744A OPER & 
MANE CE 
SERV I 
3744A- 
3744A- 
CONT! 


| 37450 SERV 


i 


77/08/85 


35677A 
35677A/8 


| 356778 
35678A 


356786 


35679A 
356798 


3570A 


3571A 


3575A 


11/08/85 
MODEL 


NUMBER 


35754 


35770 


0 


CONT'D 
OPER MAN 


CONT'D 
3561A-6 


0 LITERATURE 
C. TYPE 


3561A~7 
3561A-8 © 


OPER NOTE 
SERV MAN 


“SERV ath SET BELOW 
35677A/B 


SERV MAN 
OPER NOTE 

OPER NOTE 

OPER NOTE 
OPER NOTE 

OPER & SERV MAN 


OPER & SERV MAN 
MAN CHA 


NGE 0 
SERV NOTE SET BELOW 
3570A~1 


‘S570A~2A 
3570A~3A 
3570A~4A 

3570-5 
3570A-6A 
3570A-7A 
3570A-8 
3570A-9 
3570A-10 
3570A-11 
3570A-12 
3570A~13 
3470A-14 


OPER: & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
SERV te SET BELOW 


3571A~4 
Man & See MAN 


MAN CHANG 
SERV NOTE SET BELOW 
3575a~1 


LITERATURE 
TYPE 


55/75A~2 
34030~4/3469B-5 / 
3575A-3 
3575A~4E 


3575A-SA. 
3576A~6 


SERV MAN 


H/C 


- DATE. 


FEB85 
JUL85 


FEBBS 
DEC83 


MAR84 


JUL85 


DEC83 
DEC84 
DEC84 
DEC84 
DECBS 


AUG75 
JUL77 


JANS2 


MAR77 
NOVB2 
APR75 
JUN8O 
NOV?9 


JAN31 
NOV79 


JUN76 
AUG?7 


FEB74 


} WO SER 1331A01615 & BELOW.MOD TO IMPROVE PERF DURING HP-IB OPER 


Tee ro ep NE ee preg ee ae te Jee ed Gee ee NS on ET gy tent ee ae a ee ee | eae ene | tr Se a 


150,151,8 152 OPERA 
FEB85 ‘WO ALL’ SER.OPT 001 BUBBLE MEMORY MOD PKG 


. PAGE 148 11/08/85 
H/C PART ‘FICHE FICHE PART MP DP MODEL 


NUMBER —soDATE.-—=——*«*«WNUMBERRsdLST NUPBIER 
wee DESCRIPTION ##* DESCRIPTION ste DESCRIPTION. ke* DESCRIPTION #ee DESCRIPTION wx 
WC ALL SER.OPT 001 BUBBLE MEMORY MOD TO PREV ERROR RETURN CODE -15 29989 00368342 3744A 
WA SER 2338A01928 & BELOW.NEW PWR SWTCH WITHSTANDS GREATER SURGE CURRENT 
03562-90031  APR8S 03562-90231 8L 014101 
35677-90010 - AUGB4 35677-90060 8L 01 At 02 
‘3745A 
WA 35677A: SER 2351A00101 ,00107,00114;356778:SER 2332A00101 THRU 00014.DC DIAS CABLE CON 
Wa SSOTTASSER 2331A00868 & BELOW; 556778:SER 2332A00300 & BELOW.SHORT SCREWS ON THE 
DIRECTIONAL BRIDGES 
35677-90010 AUG84 35677-90060 aL 01 A1 02 3745A/8 


35678-90021 FEB85 35678-90221 8L 01 A1 01 
35678-90021 FEB85 35678-90221 . 8L 01.A1 01 
35679-90021 FEB85 35679-90221. 8L.01 A1 01 
35679-90021 FEB85 35679-90221 8L 01 AT 01 


03570-90014 AUG77 03570-90052* 8L 01 09 04 USE 3570A FICHE 03570-90065 
Hee epee JUN81 03570-90065 8L 01 09 04 


WN SER BELOW 1254000245. IMPR TEMP STABILITY BOARD KIT 

Wi ALL. SER.NEW 03570-86555 oe AMPLFR/3570-66558 OUTPT BUFFER BRDS + ADJ PROC 
WN ALL SER.REPL PARTS CHANG 

WN ALL SER.NEW 03570-66551 (so OHMS): 66558 C7SOHMS) INPT AMPLFR. + ADJ PROC 
WO ALL SER.REPL PN FOR LED DISPLAYS 

WN ALL SER.REPL PROC FOR AIR CAPACITORS 

WA SER 1331A00386 TO 1331A00670.AIR CAPACITOR FAILURE 

WO SER 1331A01455 & BELOW.MOD TO PREVENT ERRONEOUS PHASE READINGS 

WO SER 1331A01331 & GELOW.MOD TO IMPROVE PERF DURING HP-18 OPERATION 


WO. SER 1331A01595 & BELOW.MOD TO IMPROVE LOW AMP PHASE MEASUREMENTS 
WN ALL SER.TRELSHTNG TIPS FOR SWEEP PROBLEMS _ SYST APPLICATIONS 
WN ALL SER.RECAL OF PHASE VS FREQ AFTER. REPAI 

WN SER 1331A02076 & GREATER.NEW PREF REPL Man PHASE. DETECT BD 


pseracbents JAN83. 03571-90090 8L-01 09 06 
03571-90000 Jeu 03571-90090% aL 01.09 06 USE REVISED MAN FICHE 03571-90090 


WN ALL SER.TRBLSHTNG TIPS FOR. SWEEP PROBLEMS IN SYST APPLICATIONS 

WN SER TO 143540680. TWO MOD TO ELIF HP-IB PROBLEMS 

WO SER 1435400100 TO 1435A00560.REC MOD TO ELIM 40 MHZ OSC FM +5 VDC SUPPLY 

WA SER 1435A00620 & BELOW.PREV OSC ON A6-U2 MIXER LOWERS HARMONIC & TNTERMOD. DISTURTION 


03575-90002 JAN78 03575-90053. 8L 01.09 03 
03575-90002 peek: : 


JAN8O 
WN TRBLSHTG PROC FOR DIG PANEL METER HP P/N 5060-9132 (FOLD-UP STYLE) 


PAGE 149 


H/C H/C PART. FICHE FICHE FART M PD . 

DATE NUMBER DATE NUMBER Lo TV NUMBER 
ek DESCRIPTION ke DESCRIPTION *+% DESCRIPTION wes DESCRIPTION tek DESCRIPTION ik 

NOV74 WO PN 5060-9131/32/33.REPL PN FOR LED DISPLAY 3745A/8 


APR75. WO DIGITAL PANEL METER REPAIPS .. 


~ DEC7?7 WN ALL SER.PANEL METER IDENTIFICATION : 
DEC77 WM ALL SER.PANEL METER + INTERCONNECT BOARDS IDENT FOR INTERCHANGEABILITY 
_ FEB76 WN SER 1450A01368 TO 01370,1450A01372 TO 01374,1450A01376/01383/01390 TO. 01393 + 


1450A01395. INSTRUMENTS WITH INCORREC PN. ON A168 + A16C BOARDS 


wae noves 03577-90000 AUGB4 03577-90050 BL 01 AV 03 
DEC83. 03577-90010. = AUG84 03577-90060 8L 01. A106 


11/08/85 


SERV MA 
OPER MA 
MAN CHA 
SERV MA 
MAN CHA 


3745A/B 
3745A/B 


LIT 


no 


3745A/8- 
3 


11/08/85 
MODEL 


NUMBER 


3575A 


3581A/C 


11/08/85 
MODEL 
NUMBEK 


3581A/C 


| 3581c. 


S2fSAn1 FEG/4 WN TRBLSHTG PROC FOR DIG PANEL METER AP P/N SU0UR¥ISe CrOLDWUP STYLE) ‘ : | 2fROA/B~ 
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LITERATURE H/C. H/C PART FICHE ete PART: M PD P 
TYPE DAT NUMBER DATE MBER LT V6 NUMBER 
., &kk DESCRIPTION *** DESCRIPTION wee DESCRIPTION *** DESCRIPTION *%* DESCRIPTION wick 
3575A~2 ss  NOVZ4 WO PN 5060-9131 /32/33. REPL PN FOR LED DISPLAY | 37465A/B8 
: AEA She PErS APR75 WO DIGITAL PANEL METER REPAIRS : 
; A- : : : 
3575A-4B DEC77 WN ALL SER.PANEL METER IDENTIFICATION 
3575A-5A DEC77 WM ALL SER.PANEL METER + INTERCONNECT BOARDS IDENT FOR INTERCHANGEABILITY 
 3576A-6 FEB76 WN SER 1450A01365 TO. 01370,1450A01372 TO 01374,1450A01376/01383/01390 TO 01395 +. 
CONT'D 1450401395. INSTRUMENTS WITH INCO:KEC PN ON A168 + A16C BOARDS 
CPER MAN _  HOV83 03577-90000 AUGB4. 03577-90050 8L 01 Ai 03 
SERV MAN DEC83. 03577-90010 AUG84 03577-90060 8L 01 A1 06 
INSTALL MAN. MAR85 03577-90021 MAY85. 03577-S02271 8. 01 Ai 01 
SERV NOTE SET BELOW ocTss 
 3577A-1 “ JANS4 WN SER 2333A10335 & ABOVE.HOW TO CORREC EXTRNAL REF gta PROB 
MAR84 SER 2333A10150 & BELOW.SOURCE OUTPUT AMPLF ADJ RNGE MOD 
MAR84 WO SER 2333A01223 & BELOW.REV A AS CUTPUT ATTENUATOR REPR 
- SEPBA SER nea O90e & BELOW.EPROMS ON A13,MAIN PROC TO BE DISCONTIN IN FAVOR OF ‘MASKED 3745 
: a ROM 7458 
 MAY8S WA SER 2333A11392 & BELOW.NEW 5 VOLT CONNEC 
3577A~6 NOV8S SER 2333A10250 TO 2333A10600.MOD VO ELIM HP-1B LOCK-UP. PROB 
OPER & SERV MAN NOV76 03580-90002 AUG79. 03580-90092 8L 01 09 rs USE 3580A FICHE 03580-90093 
OPER. & SERV. MAN JUL8O 03580-90003 NOV8O 03580-90093  8L 01 09 
. AINSTALL NOTE DEC84 03580-90020 F885 03580-90220. BL 01 Ai of “3746A 
OPER antl 03580-90021 FEB85 03580-90221 8b O01 Ai 01 
» OPER NOTE 03580-90022 FEBE5 63580-90222 8L 01 A101 
SERV NOTE SET BELOW JULES 
La SER BELOW 1409A00515.1MPR HV PWR SUPY 
3580A-2/3581A/C~1 SER BELOW 1415A01414,3580A-OPT O02 SER BELOW 1415A01215,NEW OVERLOAD SPECS 
» 3581A/C-2/3580A~3. SER BELOW 1415A00975.REPR OF LOGSE OR BROKEN CARRYING HANDLES 
- B580A-4 J MODIFICATION TO REDUCE REPAIR COSTS 
. 3580A-5A ALL SER.MOD TO IMPROVE "ST OF 10361A CAMER: ADAPTER ON 3580A 
3580A-6 SER 1415A02091 & UP.A2 VTO & TRACKING OSC NOISE PROBLEMS 
3580A-7 ALL SER.PROC FOR INSTAL A2/A5 XTALS 
* 3580A-8 SER #415A03440 & BELOW.REC LOW VOLTAGE PWR SUPP MOD TO IMPR PERF 
3580A-9 SER 4415A04280 & BELOW.RETROFTNG: NEW FREQ CONTROL MOSULE TO OLDER INSTR 
3580A-10 J ALL SER.INSTRUC TO ORDER REPL A2 LOCAL OSCILLATOR & AT6 COMBINING BD 
3580A-11/3581A/C-11 ALL SER.AMPLT REF LEVEL & INPUT SENSI CNTRL RESTRING 
3580A~12 J SER 2030A06029 & BELOW.MOD 0358C-6513 REV A & REV B COMP 
OPER & SERV. MAN 03581-90012 SEP83. 03581-90090: 8L 01 A1 03 
REV. PAGES NO 2 
MAN CHANGE 2 
OPER MAN NOVBS 03581-90220 8L 01.A1.01 
OPER. NOTE 03580-90021 FEBS5 03580-90221 SL 01. A1 01 3747A 


SERV..NOTE SET BELOW JUL84 
3580A~2/3581A/C-i WN SER BELOW 1415A01414,3580A-OPT 002 SER BELOW 1415A01215.NEW OVERLOAD SPECS 
3581A/C-2/3580A-3 WO SER BELOW 1415A00975.REPR OF LOOSE OR BROKEN CARRYING HANDLES 

3581A/C-3 - ! WO 3581A SER 1351A00726 & vey are 1411A00581 & UP.A2 TO & TRACKING OSC NOISE. PROB 
03581A/C-4. ‘hand WN. ALL SER.PROC FOR INSTAL A2/A5 X 
S581A/C~5 P79 WA SER 1411A01107. & BELOW & anne 4417401140,1411401113,1411A01114,8 1414AG1115.M0D TO: ~ 

CONT'D. IMPROVE AUDIO AMP. PERFORMANCE 

WA .3581A:SER peaengrzad & BELOW;3581C:SER 1411A01015 & BELOW. REC LOW VLTG PKR SUPPLY 
eae : MOD TO IMPROVE PER 
3581A/C-7 ; WO ALL SER. TRELSHTNG. PROC TG TEST INTERMITTENT HETER CIRC 


3747A/8 
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ILURES 
“3SB0A~11/35814/c=11 JANS4 WN ALL SER. AMPLT REF LEVEL & ‘INPUT ‘SENSI CNTRL RESTRING 
OPER & SERV MAN ae _FEB?5 03581-90012 - SEPB3 03581-90096. BL 04 AL 03 ; 


= 
en oe ‘ as 2 11/08/85 
LITERATURE A/C H/C PART FICHE FICHE PART M PD P on MODEL 
TYPE - «DATE NUMBER DATE NUMBER LT Y¥ NUMBER 
kik. DESCRIPTION #e* DESCRIPTION ik DESCRIPTION ‘eek DESCRIPTION *Ae CESCRIPTION tick 
3581A-8 SEP81 WN 3581A:SER 1351A01391 TO 1351A02035;3581C: SER 1411A00176. TO 2114401495. REC PROC. FOR” S747A/6 
~~ CONT'D REPL BANDWIDTH SWITCH (S2) ON REV. A 8D: 
pater JUNS2 WN S514: SER [esenneg7n & BELOW; 3581C: TSER. 2114A01525 & BELOW. INSTRUC FOR ORDER REPL Yq 
SaBI AICS Bate DEC8S WN Pave coneine bee & BELOW; 3581C: SER 2174001525, & BELOW.REC REPL OF A2 LOCAL. oscIL. 
3581A/¢-108 : = bECs3 WA So8lAs SER 1351A02699 & BELOW; 3561C: SER2114A01834 & BELOW. Ob: 70 PREV DIGTTAL DISPLA 


Ari mart re inh Ppeea ATres ARK 


11/08/85 | 
MODEL 


LITE 
1 


“3745A/8-4 


3745A/B~4 


3745A/8-4 
3745A/B-4 
3745A/8-4 
3745A/B~4 
CONT'D 
3745A/B~5 


SPAS A 2.5 


“374 7A/8- 
S745A/8-5 


SERV MAN 
OPER MAN 
‘MAN. CHANG 


~ SERV MAN 
MAN CHANG 


OPER MAN 
SERV. MAN 
OPER MAN 


SERV NOTE 


3746A-0 | 


3746A-15 


OPER MAN. 
MAN CHANG 
SERV MAN 
MAN. CHANG 


SERV NOTE 


3747A/8~1 
3747A/B~2 
37474/8-" 
3747A/8~4 
3747A/B-5 
3747A/B-¢ 


LITE 


ST eE 


 3747A/8-1: 
3747A/8-1. 
_CONT"D 
S747A/B~1 
STAT A/B-1: 


CONT'D 


11/08/85 
‘MODEL 
NUMBER 


- 3581A/C 


| 3581¢ 


3582A 


3585A 


LITERATURE 
TYPE 


“3581A-8 


CONT'D 
3581 A/C-8 


_ 35B1A/C-9. 

ce ; 
3$800-11/3581A/C-11 
OPER & SERV. MAN 


REY PAGES NO 2 
MAN CHANGE 


OPER NOTE 
OPER MAN. 


~ SERV. MAN 


OPER MAN 


SERV. MAN 


MAN CHANGE 
OPER MAW 
OPER NOTE 
INSTALL NOTE 
OPER NOTE — 
INSTALL MAN 


INSTALL NOTE. 
SERV NOTE SET BELOW 


3582A~1 
3582A~2 
3582A~3 
3582A-48 


3582A-10B 
3582A-11 


~~ S582A~12 


OPER ¥, 
OPER a SERV MAN 


OPER MAN 
SERV MAN 


WAN CHANGE A 


INSTALL NOTE 
OPER note 
OPER 


3585A~6A 


NOTE 
SERV we SET SELOW 


H/C 
DATE 


SEP81 


JUNB2 


DEC83 


» -DEC83 


JANS4 


FEB75. 


SEP81 


oo 
> 


D 
DEC84 


H/C PA FICHE FICHE PART M P 
NUMBER DATE NUM! 


BER LT NG 
wee DESCRIPTION axk DESCRIPTION akK DESCRIPTION kkk DESCRIPTION Ree LESCRIPTION *e% 
WN: 3581A:SER 1351A01391 TO 1351402035;35810: SER 1411a00176 TO 2114001495, REC PROC FOR. 


REPL. BANDWIDTH. SWITCH. (S2) ON REV. 


Wi rate Ha 1352a02090 & BELOW;3S81C2 SER 2114401525. & BELOW. INSTRUC FOR ORDER REPL 


PAGE. 150 
DP 


A wh 
WN 3581A:SER. 1352402090 & BELOW;3581C:SER 2114401525 & BELOW.REC REPL OF a2 LOCAL OSCIL 


& A16 COMBING 8 


WA BoSIhzs 3SER 1551402699 & BELOW; 3581C:SER2114A01834 & BELOW.MOD 70 PREV. DIGITAL DISPLA 


AILURES 
WN ALL..SER. AMPLT REF LEVEL & INPUT SENSI 


03581-90012 —«- SEP83. 03581-90096 8L 01 
03581-90012 

03581-90012 : 
03580-90021 FEB85 03580-90221 8L 01 


. 93582-90000 ——«JUN78 03582-90050* SL 01 


03582-90001 DEC79 03582-90051* 8L 01 
03582-90003 —  NOV79 03582-90053* 8L 01 
03582-90004 AUGB2 03582-90054 8L 01 
03582-90004 i 

03582-90005 MAY81 03582-90055 8L 01 


& 03582-90006 FEBBS 03582-90206 8L 01 
, 03582-90010 FEB85 03582-90210 8. 01 
03582-90011 FEBS5. 03582-90211. 8L 01 ! 


03582-90012 NOV8S 03582-90212. 8L 01 
03582-90013 FEB8S 03582-90213 8L 01 


APR82 
WN ALL SER.HOW TO REPL FRONT PNL SWS. 


WA SER 03582-00151 TO 03582~-00810.ADD. OF 


CNTRL RESTRING 

A103 

A1 01 ; 
G9 03 USE 3582A FICHE 03582-90053 - 


09:07 USE 3582A FICHE 03582-90054 
peo USE 3582A FICHE 03582-90055. 


DIODES TO PROTECT TRANS @10 ON A13 PCB 


WN: ALL SER.PROC FOR TRBLSHTG THE AS RAM ASSY 
WN ALL SER.HOW TO SERV OPT 001: HI. TRANSFER FUNCTION ACCURACY 


WN ALL SER.HO} TO HANDLE DIGITAL FILTERS 


TO PREVENT STATIC DAMAGE 


WO SER 1747A00100 TO 1809A1096 APPX. SOFTWARE: UPDATE TO THE ROM ASSY 


WO ALL SER.MOD TO IMPROVE P3L 
WO ALL SER.REC REPL FANS 


WO SER 1809401866 & BELOW.FRONT PANEL OD TO IMPR PERF 
WN ALL SER.SERV KIT CONTENTS & OPER INSTR FOR 3582A SPECTRUM ANALYZER 
WN ALL SER.NOTIF OF AVAIL OF FIELD oes SUPP PKG 03582-69900 


WO SER 1809A03092 & ABOVE.PREF REPL RAM B 


03585-90000 MAR79 03585-90050* 8. 01 
03585-90001 FEB80 03585~90051* 8L 01 
03585-90003 MAY79 03585-90053 8. 6 
03585-90006 SEP62 03585-90056 aL 01 
03585-90006 

03585-90020 APR35 93585-90220. 64.01 
03565-90010 ... FEB85 03585-90210 8&L 01 
03585-90014 impr 03585-90211. 8L. 01 


— 


09 06 USE 3585A FICHE 03585-90053 
09 16 USE 35854 FICHE 03585-90056 


9 06 
09 16 VOLS I, II, & III 
A101 


Ai 01 
A1 01 


JUL84 
JAN79 WA SER BELOW 1750A00230.INPUT/CONVERSION ASSY RUST egos CORRECTION. 
APR82 WO ALL SER.A1 8D REPL PROC FOR RELAY A1K1 TO K9 & AiK11 TO K14 

MAR8O WO SER 1750A00570 & BELOW.MOD TO IMPROVE 75 OHM INPUT RETURN LOSS 

OCT8O WN SER 1750A00740 & BELOW. IDENT & SERV COMPATIBILITY BETWEEN IF FILTER 6DS 
FEB81 WO SER 1750A00716 & ABOVE.NEW REV. AS1 PHASE DET BD MAT IMPROVES PERF - 

SEP81 WN ALL SER.NOTIF OF AVAIL OF F.S.K. (03585-69900) 


ee, 
. 
I 


SESE 3 


11/08/85 
MODEL 
NUMBER 


S7ATA/B 


37478 


375A 
3750 
‘3754A 


3754A-001 


3755 


3755-001 


3755A-002 


3755A-003 


LITERA 
TYP 


3747A/B-78 
3747A/B~-BA 


 SUATA/B-9 


3747A/B-10. 
3747A/8-11 


3747A/B-12A 


3747A/8=13 
CONT'D 


S747 A/B-14 


3747A/B8-15 
CONT'D 
aearaleele 
ST4TA/B-17 


3747A/8-18A 


3747A/B-25B 
3747A/B~26 
itd Us 
3747A/8-28 


OPER ‘MAN 


MAN CHANGE 


SERV MAN. 


MAN CHANGE. 
"OPER NOTE 


OPER NOTE 


OPER & SERV 
MAN. CHANGE 


OPER & SERV 


MAN CHANGE 


OPER. & SERV 
MAN CHANGE 


OPER: & SERV 
MAN CHANGE 


OPER & SERV 
MAN CHANGE: 


OPER & SERV 


« . = 
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41/08/85 “8 | : : s | . PAGE 151 
MODEL : 


PAGE 436 
0 LITERATURE H/C H/C. PART FICHE FICHE PART M PD P 
NUMBER Cc : TYPE DATE NUMBER DATE RUMBER LTV. G 
ESCRIPTION. talaial eke DESCRIPTION eee DESCRIPTION *** DESCRIPTION **% DESCRIPTION tke DESCRIPTION RK 
3585A. 3585A-7 SEP81 WN ALL SER.NOTIF OF AVAIL OF SERV KIT 03585-69800 FOR 3585A SPECTRUM M ANALYZER 
: 3585A-8 JANS4- WN ALL SER.IMPR INTERMODULN DIST PERF TEST 
3586A OPER . Paety MAN FEB80 03586-90000 - FEB80 03586-90050* &i 01 09 03 USE 3586A FICHE 03586-90051/61 
: SERV DEC80 03586-90001 NOV81 03586-90051* 8L 01 09 08 USE 3586A FICHE 03586-90052 
08... SERV MAN MAY83. 03586-90002 JUN83 U3586-90052 8L 01 A109 
§~9001 OPER MAN _ &ST8O 03586-90011 . NOV82 03586-90061* 8L 01 Ai 03 USE 3536A FICHE 03584-99662 
ates OPER MAN AFR83: 03586-90012 JUL83 03586-90062 8L 01 A1 02 
INSTALL NOTE DEC84 03586-90015 FEB85 03586-90215 8L 01 Ai 01 
INSTALL NOTE DEC84 03586-90016 FEB85 03586-90216 8L 01 A1 01 
THPROVE NOISE~OFF OPER NOTE DEC84. 03586-90017 FEB85 03586-90217 8L 01 Ai C1 
ies INSTALL NOTE DEC84 G3586-90018 FEB85. 03586-90218 8L 01 A1 01 
oe OPER NOTE DEC84 03586-90019 | FEB85 03586-90219 8L. 01. A1 01 
ON 
et 3586A/8/C SERV NOTE SET BE\.OW : UL84 
3586A/8/C-0 JUL81 WN ALL SER.SERV NOTE INDEX 
3eRSA/8/C-1 DEC8D WO ALL SER.INTERPRET INTERMITT FAILURE OF SELF TEST STEP 3-2 
3586K/8/C-2B OCTS1 WN 358GA:SER 1927A00231 & GELOW;3586B:SER 1928A00284 & BELOW: 3586C:SER 1929A00195 & 
CONT'D  BELOW.RETROFIT FOR REV 8 SOFTWARE 
3586A/B/C=3A FEB81 WN ALL SER. INTERPRETING AUTO-CAL & SELF-TEST FAILURE CODES 
3586A/B/C=4 FEB81 WO ALL SER. INTERPRETING INTERMITTENT "ER8" DISPLAYS 
1. 3586A/B/C-* FEB81 WA 3586A:SER 1927A00256 & BELOW; 35868:SER. 19Z28A00306 & BELOW; 3586A: aver ngnene & BELOW. 
CONT'D MOD TO CURE INTERMITTENT DIG PROBLEMS 
3586A/B/C-6A JUL81 WO ALL SER.HP~IB VERIF PROG LISTING (2825) 
3586A/B/C~-7 JUL81 WA ALL SER.IMPR 3586A/8/C-9815S. DESKTOP COMP HP~IB COMPATIBILITY i 
3586A/B/C-8 JUL81 WN ALL SER.MOD TO ELIM PERIODIC SIG DROPOUTS OR NOISE “HITS CAUSED. BY 3566'S $ AUTO 
CONT'D CALI6: FEATURE 
3586A/B/C-9 SEP82 WN FIELD REPL KITS FOR ASO STEP LOOP & A51 SUMMATION LOOP  ASSY 
3586A/8/C~10A FEB84 WN ALL SER.PART NUMBER 03586-68701 SERV SPARE PARTS KIT 
a 35868 OPER & SERV MAN FEB80 03586-90000 FEB80 03586-90050* 8L 071 09 03 USE 3586A FICHE 03564-90051/61 
AP NOT AVAILABLE SERV MAN. DEC80 03586-90001 NOV81 03586-90051* 81 01°09 O08 USE 3586A FICHE 03586-90052 
SERV. MAN MAY83 03586-90002 JUN83 03586-90052 8b 01. A1 09 oe 
OPER MAN OCT80 03586-90011 NOV82 03586-90061* BL 01 A103 USE 35868 FICHE 03586-90062 
OPER MAN APR83. 03586-90012 JUL83 03586-90062 8L. 01 A1 02. 
INSTALL NOTE DEC84 03586-90015 FE885 03586-90215 8). 01 A101 
RIOD FLIP=FLOP. — INSTALL. NOTE DEC84 03586-90016 FEB85 03586-90216 8L 01 A1 01 
OPER NOTE. DEC84 03586-90017 FEB8S 03586-90217: 8t 01 A1 01 
INSTALL .NOTE >. DECB4 03586-90018 FEB85 03586-90218 8L 01 Al 01 
- OPER NOTE DEC84 03586-90019 FESS 03586-90219 8b 64.A1 01 
35868-c01 OPER MAN MODIF APR85 03586-90043 JUNBS 03586-90243 8L 01. A1 01° 
| . SERV MAN MODIF MAY85. 03586-90044 JUNSS 03586-90244 8L 01.41.01 
3586C: OPER -& SERV MAN... FEB80 03586-90000 FEBBO 03.586-90050* 8L 07 C9 03 USE 3586A FICHE 03586-90051/61 
SERV. MAN DEC80 03586-90001 NOVW81 032'86-90051* 8L 01 09 08 USE 3586A FICHE 03586-90052 
SERV. MAN : MAY83 03585-90002 JUN83 03586-90052 8L. 07 A1 09- Be ee _ 
OPER MAN OCT&0 03586-90011 NOV82 03586-90061* SL 01 Al 03 USE 3536C FICHE 03586-90062 
OPER MAN soo APR83 03586-90012 JULBZ 03586-90062 - 8L 91. A102 ; 
INSTALL: NOTE DEC84 03586-90015 FEB85 03586-90215. 8L 01 A1 01 
INSTALL. NOTE ‘ DECB4. 03586-90016 FEB85 03586-90216  8t 01 AT 01 
OPER NOTE ~  DEC84 03586-90017 FEBSE 03586-90217 €L 01 A1 01 


INSTALL NOTE ~ DEC84 03586-90018 - FEBBS 03586-90218 
OPER. NOTE DECB4 03586-90019 - FEBB5 03584-90219 


PAGE 137 


SCRIPTION soe 


MODEL 346A 


A REEDS ON A21 
TOELIM. THERMAL. 


58 


62 


USE 82033A 


INSTALL NOTE DEC84 


OPER NOTE DEC4 
3586B-(01 OPER MAN MODIF APR8S 
SERV MAN MODIF. MAY8S 
| -3586c OPER & SERV’ MAN FEBBO 
: SERV MAN DEC8O 
SERV MAN sis MAYS 

OPER MAN OCT&O 


OPER MAN APR83 

INSTALL: NOTE DECE4 
INSTALL NOTE DEC84 
OPER: NOTE... DEC84- 
INSTALL NOTE DEC84 


“OPER NOTE DECB4 


11/08/85 
MODEL 


0 
NUMBER TYPE DATE 
3590A “OPER & SERV MAN APR70 
MAN: CHANGE - FEB76 
SERV NOTE SET BELOW 
3590A~1 MAR69 
3590A/91A-2 DEC69 
3590A/91A-3A JAN74 
CONT'D 
3590A-4 APR76 
3591A OPER & SERV MAN oct72 
MAN CHANGE JAN78 
SERV NOTE SET BELOW _ 
3590A/91A-3A JAN74 
CONT'D 
3591A-4 APR76 
35924 OPER NOTE SEP68 


3593A OPER & SERV. MAN ocT72 
MAN CHANGE DEC76 


3594A OPER & SERV MAN ocT7e 
MAN CHANGE DEC76 
SERV NOTE SET BELOW 
3594A-1 SEP77 


3595A rs OPER & SERV WAN MAR70O 
. MAN CHANSE JUL70 


36040 FREL ©F 4 SEV MAN FEB67 
. MAN CHANSE OcT71 


362A OPER NOTE MARI 


3681A SERV NOTE ‘SET SELOW 
S681A-1A FEB68 


S7G1A OPER & SERV MAN JUC7O 
MAN CHANGE | NOV72 
SYSTEM OPER INSTR. . JANOO 

SERV NOTE SET BELOW 


3701h-1 - 
3701A~2 oe 
3701A=3 | = 
3701A-4 MAY68 
3701A-5 OCT68 
- 3701A-6 NOV68 
SZO1A-TA/3702A~12/ JUL69 
s701Ae Pie ~ FE870 
3¢014-9/3702A-14 MAY70 
3701A-10. JUL70 
s7OTAct _ AUG70 
3701A-12 - 


370113 NOV73 


03586-90044. JUNGS 03586-90244. 8L 01 A101 


LITERATURE —sH/C 


03604-90000... JAN82 03604-90050. 8L 01 17 01 


03702- 38001 APR85 03702-95026 8L 01.14 01 
: MAY78 


WO SER BELOW U805-00151.M0D TO RED SWEEP GENERATOK HARMONICS 
WA SER BELOW U8S50-.MOD TO PROTECT. AGAINST ‘LINE-BORNE TRANSIENTS 
‘WA MOD. TO-ELIM ALC INSTABILITY 


WO SER BELOW U942-00661.IMPR PERFORMANCE POTENTIOMETERS 
WN SER BELOW U962-00741. FIELD INSTALLATION OF VENTILATING FANS : 

WO SER BELOW U974-00801.REC REPL FOR POWER SUPPLY RECT DIODES CR2 THROUGH cR13 
WN SER BELOW U962-00771.MOD TO IMPR IF OUTPUT FLATNESS. 


WO ALL. SER. PREF REPL FOR: tis ee 


03586-90018 © FEBB5 03586-90218 BL 31 Al 01 


03586-90019 FEBS5 03586-90219 8L 01 At M1 
03586-90043 © JUN8S. 03586-90243 8L 01 A1 01 


03586-90000 FEB80 03,186-90050« 8L.01 09 03. USE 3586A FICHE 03586-90051/61 
03586-90001 NOWB1 O3!'86-90051% &L 01 09 08 USE 3586A FICHE. 03586-90052 | 3761A 
03585-90002 JUN83 03586-90052 8L 07. A1 09. os 
03586-90011 - NOV82 03586-90061* BL 07 Al O3 USE 3536C FICHE 03586-90062 

03586-90012 JUL83 03586-90062 8t 91 A102 

03586-90015 .  FEB85 03586-90215 8L -01-A1 01. 

03586-90016 . FEB85 03586-90216 BL 01-.A1 07 

03586-90017. FEB8S 03586-90217 © €L -07 A101 

03586-90018 FEB85 03586-90218 8L 01 Al 04 

03586-$0019 FEB85. 03584-90219 8L 01 Ai 01 


41/08/ 


. pes - PAGE 152 
H/C PART FICHE FICHE PART t = cf f 


NUMBER ATE NUHBER 
kkk DESCRIPTION *** DESCRIPTION 2** DESCRIPTION ‘tek DESCRIPTION eae DESCRIPTION’ * kkk 


cet ae SEP?77 03590-90051 8L 04 09 03° 
03590-9000 


WA, SER BELOW g25-00195. MOD. TO REMOVE 1.28 MHZ FROM X~AXIS OUTPUTS 

WO. LAMP REPLACEMENT 

WA 3590A SER 825,954. 3591A SER 833 + 956.mMOD TO IMPR BFO SUMMING ERROR.3590 SER BELOW 8) 
SER BELOW 1041A00245.M0D TO IMPR Y-AXIS LINEAR OUTPT DAMPING 

WO SER BELOW 1112A01085.REPL OF RESISTORS ON AZO POWER SUPPLY ASSEMBLY 


03591-90001 | APR7& 03591-70051 8 01 09 03 
03591-90001 


CT78 : 
WA 3590A SER 8250556. 3591A SER 833 +.956.MOD TO IMPR @FO SUMMING ERRCR. 3590: SER BELOW 
0977A00535 & 3591A SER BELOW 1041A00245.HOD TO IMPR Y-AXIS LINEAR OUTPUT DAMPING 
WO SER BELOW 1109A00715.REPL OF RESISTORS ON A2O. POWER ASSEMBLY 
03592-90000 AUG81 03592-90050 8L U1 09 01 


03593-90002 SEP77 03593-90052. 8L 01. 09 02 
03593-90002 


03593-90002 SEP77 03593-90052 8L 07 09 02 
03593-90002 


ct78 
WO SER BELOW 4220001370 & ABOVE 1220A01450.A5 HEATER CONTROL CIRC MOD 


03595-90000 OCT84 03595-90050 8L 01.09 02 
03595-90000 


o 


| 37624- 

| 3762a- 
3762a-% 
3762A~ 

| 3762a~' 
3763A 


03604-90000 
00362-90010 JUN81 00362-90017. 8L.01 04 61 


oc778 
MOD OF ANALOG. TAPE TRANSPORTS 


nasa caenon JAN74. 03701-95025 01 14 07 
03701-9500 


PREFERRED REPLACEMENTS FOR A6Q1 
PREF REPL FOR A9Q5/6/10 + A11@14/15 
SER BELOW U805-00151.MOD TO ENSURE. CONSTANT BASEBAND SIGNAL AT BB. + SHEEP OUTPUT 


--3763a- 
3763A- 
| 3763! 
| 3765a-% 
‘B763A-% 

| 37668 


WN INSTAL OF OPT 05 + 06. CFOR TV SUB-CARRIER PHASE +. GAIN MEASUREMENTS) 


NOT AVAILABLE 


SYSTEM OPER INSTR. JANOO 03702-95001 = APR85 03702-95026: 8L 01 14 01 
SERV NOTE SET BELOW --MAY78 i 


3701-1 =.) ‘PREFERRED REPLACEMENTS. FOR A6Q1 
ji - B701A=2 PREF REPL FOR A9Q5/6/10 + A11Q14/15 — | 
ya aoe : 3701A-3 om SER BELOY U805-00151.MOD TO ENSURE CONSTANT BASEBAND SIGNAL AT BB + } SHEEP OUTPUT 
a | ae 3701A~4 MAY68 WO SER BELOW U80S5~00151.MOD TO RED SWEEP GENERATOK HARMONICS 3763A~-8 
Sk OCT68 WA SER BELOW U8S50-.MOD TO PROTECT AGAINST LINE-BORNE TRANSIENTS 
3701A- NOV68 WA MOD TO ELIM ALC INSTABILITY 3763A-91 
eee FO1A~7A/37024~12/ JUL69 WN INSTAL CF OPT 05 + 06.(FOR TV SUB~CARRIER PHASE + GAIN MEASUREMENTS) io 
ISE 82033A _areh-e 2A 3763A-91 
: : 3701A-8 FEB70 WO SER BELOW U942-00661.1MPR PERFORMANCE POTENTIOMETERS ees 
aye rere MAY70 WN SER BELOW U962-00741. FIELD INSTALLATION OF VENTILATING FANS : 3763A-91 
3701A-10. ‘JUL7O WO SER BELOW U974-00801.REC REPL FOR POWER SUPPLY RECT DIODES CR2 THROUGH. CRIs” oe 
3701A-11 AUG70 WN SER BELOW U962-00771.M0D TO IMPR: IF OUTPUT FLATNESS 3763A-9 
3701A-12 ss NOT AVAILABLE : . ao ee 
3701A=13 NOV73 WO ALL SER.PREF REPL FOR A12R35 ; 3764A 


PAGE 138 11/08/85 - , ae PAGE 183. none 
MODE ¢) ~ LITERATURE H/6 H/C PART FICHE FICHE FORT M PD P par Bi MODEL 
NUMBER : c “- TYPE : DATE NUMBER DATE. NUMBER LOT VG ; > NUMBE 
RIPTION: eee | | ae : #xk DESCRIPTION **x* DESCRIPTION | xkk DESCRIPTION. * xe DESCRIPTION wk - DESCRIPTION ik iS ee ae 
+ eee ; 37018 --3701A-14 (UN75 WN CALIB PROC FOR OPT 05/06 ; ee ee / | 3764A 
oe BTOTAA15 ’ /APR76- WO ALL SER.PREF REPL FOR TRANSISTORS : ; ; aa i ree | 
: 37012  JSERV MAN i JAN?1 US rs ~e20t DEC7S 03701-95026 8 01.14 03 
PROC FOR FULLY : MAN CHANGE JUN75 03701-9500 ; ; 
: SERV. NOTE. SET BELOW OcT78 
3701Z~1 - ALL SER.FIELD REPL FOR FAN.NOT AVAIL 
) 3701Z-2 JUL73 WA SER BELOW 1145007451. RED OF DROP IN BB LEVEL FROM 8B +SWEEP OUTPT UNDER CERTAIN 
CONT*D : ENVIORMENTAL CONDITIONS 
37012Z-3.. < NOT AVAILABLE 
37012~4 = NOT AVAILABLE 
- 37012-5 - NOT AVAILABLE 
; . : 37012-6 JAN77 WO SER BELOW 1119U-01176.PREF REPL FOR RECTIFIER ASSEMBLY CA22) 
EADINGS IN: THE. ' 
peat pa, 3702A. OPER & SERV MAN SEP70 03702-95000 SEP85 03702-95025. 8L 01 14 04 
% FAN CHANGE JUN73 03702-95000 : 
iP SYSTEM OPER INSTR. JANOO 03702-95001 APR85 03702-95026 8L 01 14 01 ra Pete 
a SERV NOTE SET BELGW APR79 ; ; 3770A 
Z702A-i = SER U740-00101 TO U740-00109.mMOD FOR PROTECTION OF CHANL: SWITCHING CIRCUITRY 
3702A-2 a PREFERRED. REPLACEMENT. FOR A2Q3 
3702A-3 ca SER BELOW U750-00120.HOD TO INCREASE IF BANDWIDTH 
3702A-4 ~ SER BELOW U805-00151.MOD TO. INCREASE RETURN LOSS AT BASEBAND INPUT 
id 3702A-5/3703A-1 - SER BELOW U805~00151.M0D TO IMPROVE GROUP DELAY MEAS CAPABILITY OF Y2 CHANNEL 
1G SHIELD REMVD. 3702A~6 MAY68 WA SER BELOW U808-00161.MOD TO INCREASE SPECTRUM WIDTH CONTROL. RANGE 
\DOUT “3702A-7 MAY68 WN SER BELOW U817.MOD TO IMPR.CALIB ACCURACY OF Y1. GAIN SENSITIVITY 
3702A~3 OCT68 WA SER BELOW U830.M0D FOR PROTECT AGAINST LINE-BORNE TRANSIENTS 
3702A-9 OCT6S WN SER BELOW U830-00218.MOP TO IMPR MARKER DISPLAY UP TO 100 HZ SWE 
3702A~10A FEB70 WA SER BELOW U825.M0D TO ALLOW DIRECT-COUPLED RL MEAS & TO PROVIDE EXT COUNTING OF 
CONT'D MARKER OFFSET: FREQ ; 
3702A-11 FEB69 WN VERIFICATION OF CENTER MARKER FREQ ACCURACY & DEMODULATOR PERFORMANCE 
CLE a iuad JUN69 INSTAL OF OPT 05 & 06.(FOR TV SUBCARRIER PHASE & GAIN MEASUREMENT 
A=2A : é : 
3702A-13 FEB70 WO SER BELOW U942-00661.SIMPLIFIED A3 SET UP PROCEDURE 
3701A-9/3702A~14 MAY70 WN.SER BELOW U962-00741.FIELD INSTALLATION OF. VENTILATING FANS 
3702A~15 JUN70 WO SER BELOW U970-00771.IMPR X=PHASE SHIFT POTENTIOMETER |: : 
3702-16 SEP70 WN SER BELOW U983-00831.M0D TO IMPR MARKER OFFSET STABILITY 
» 3702A-17 JUL7G WO SER BELOW U973-00801.REC REPL FOR POWER SUPPLY. RECT DIOUES CR2 THRU CRIS 
3702A-24 . OCT78 WO.ALL SER.REC REPL OF VARACTOR DIODE A3CR5. (0122-0602) 
3702A-25. : OCT78 WO ALL. SER.REC REPL OF A3 ASSY IF MIXER & LOCAL OSC. 
37028 SERV MAN . . AUG74 03702-95011 ' JAN76 03702=95036* 01-14 .05 USE 37028 FICHE 03702-95037 
; ; SERV MAN SEP76 03702=95012 MAY82 03702-95037 8t. 01°14 05 SEE TITLE PAGE FOR OPTIONS COVERED 
: MAN. CHANGE. - NOV81. 03702-95012 ; 


SYSTEM. OPER INSTR FEB72 03710-95002 JUN74, 03710-95027* 01 14 01 USE 37028 FICHE 03710-95030 | 
SYSTEM SERV. MAN MAR74 03710-95004 NOV78 03719-95029* 8L 01 14 02 USE 3702B FICHE 03710-95033 | 


OPER INSTRUCT JUN73. 03710-95005 JUNS3. 03710-95030 81 01 14 01 
MAN CHANGE JUN78. 03710-95005 
~ SYSTEM oc MAN. SEP79 03710-95008 MAY82 03710-95033 8L 07 14 92 
MAN. CHANGE ‘FEB82.03710-95008 
SERV NOTE SET BELOW OcT85 
37028-0 NOV84. WN SERVICE NOTE INDEX 
37028-1 JAN73. WA SER BELOW 1136UGC124. REMOVAL OF CROSSTALK BETWEEN Y & YZ TRACES. 
37028-2. JUL73 WA ALL SER.ELIM OF NOISE IN UPPER TRACE WHEN BB CALIBRATION. IS ON 
37028-3 JAN73 ALL SER.PREF. REPL FOR A4CR3,CR4/5/6/7. 


3702B-4 = + SER BELOW 1242u00251. IMPR IN MABKER DISPLAY | 


pape 430 a aa yong oS: Pe eas mee gps RE es en ES : oe ee : aap eres | 44 na rae 


5 ene: SE Oe ae AVE TY Vt Ve 7. VANEO Vote FAI St 'F UD Use OfUES PIUME USfUuersvoUsFr 
SERV MAN SEP76 03702-95012 Re MAYB82 03702-95037 8L 01 14 05 SEE TITLE PAGE FOR OPTIONS COVERED 
MAN CHANGE < NOV81. 03702-95012 
SYSTEM OPER INSTR | FEB72 03710-95002. JUN74 03710-95027« 01 14 01 USE 37028 FICHE 03710-95030 
SYSTEM SERV MAN MAR74 03710-95004. = NOV78 03719-95029* 8L 01 14 02 USE 3702B FICHE 03710-95033 


“OPER INSTRUCT... JUN?3- 03710-95005 JUNES 03710-95030 8L 01 14-01 
MAN CHANGE JUN78 03710-95005 ; Ra : 
SYSTEM SERV MAN SEP79 03710-95008 MAY82 03710-95033. 8L.01 14 92 — 
MAN CHANGE FEB82. 03710-95008 ; 
SERV NOTE SET BELOW OcTas 
37028-0 NOV84. WN SERVICE NOTE. INDEX 
_ 3702B-1 JAN73 WA SER BELOW 1136UGC124.REMOVAL OF CROSSTALK BETWEEN Y & YZ TRACES 
37028-2 JUL73. WA ALL SER-ELIM OF NOISE IN UPPER TRACE WHEN BB CALIBRATION IS ‘ON 
3702B-3 JAN73 ALL SER.PREF REPL FOR A4CR3,CR4/5/6/7 


37028-4 | i‘ SER BELOW 1242U00251.IMPR IN MARKER DISPLAY 


PAGE 139 11/08/85 oye Pex ue PAGE 154 11/08/85 
es beens MODEL 0 LITERATURE H/C H/C PART —- FICHE FICHE PART MP p P MODEL 
ihe Tad! : NUMBER) CC “TYPE - DATE NUMBER DATE MBER LT NUMBER 
IPTION sink | ae #kk DESCRIPTION *e* DESCRIPTION tet DESCRIPTION eek DESCRIPTION wick DESCRIPTION ie 
37028 3702B-5: FEB73 WO ALL SER.PREF REPL FOR A2C35 3770A 
Sue 37028-6 FEB73 ALL SER.PREF REPL FOR R11 
3702B-7 FEB73. so ALL. SER. PREF REPL FOR I.F. ATTEN 
37028-8 -. FEB73. ALL SER.PREF REPL OF A6Q1 & A6Q2 
37028-98 OCT75 WO SER BELOW 1205U00191.FIELD REPL OF A4& ASSEMBLY 
37028-10 FEB73 SER BELOW 1205U00191. FIELD REPL OF AZ ASSEMBLY 
3702B-11 FEB73 SER BELOW 1205U00191.REP OF X=POSITION OFFSET WHEN CHANGING X-GAIN 
37028-12. MAR73. SER 1205u00259/40/48/1245U00256/58/60/62/63 & UP.FIELD REPL OF A6é ASSEMBLY 
37028-138 NOV77 WO SER BELOW 1703U01776.PREF REPL FOR A23 ASSY 
3702B~14 AUG74 WO SER BELOW 1331U-00736.PREF REPL OF AI1CR6 & AICR9 
37028-15A OCT74 WO SER BELOW 1331U-00896.FIELD REPL OF R6 SPECTRUM CENTER POTENTIOMETER OR R7 
CONT'D X=POSITION POTENTIOMETER 37708 
ter: 37028-168 FEB76 WA SER BELOW 1318U-00397.MOD TO IMPR AM/PM CONVERSION 
ETER REPAIRS eas ee 3702B-17A NOV77 WO. SER BELOW 17G3U01776.PREF REPL FOR A24 A 
oe 37028-18 APR75 WN ALL SER.PERF CHECK & ADJ PROC FOR IF DIS PLAY CALIBRATION 
37028-19 JUL75 WA SER BELOW 1424U-00936.PREF REPL FOR A24R8 
3702B-20 JUL75 WO SER 1318U-00397 TO 1438U01266.PREF REPL FOR A23 CR3 
37028-21 OCT74 WN SER BELOW 1331U-00526.FIELD INSTALLATION OF ONE-PIECE REAR PANEL 
3702B-22 DEC75 WN SER BELOW 1205U-00191.ELIM OF UNNECESSARY CROWBAR CIRCUIT 
37028-23 DEC75 WN SER BELOW 1331U-O0596.ELIM OF CROWBAR CIRCUITS A1C2,A1CR2,A1CR3,& A1R3 
37028-24 APR76 WO ALL SER.MOD TO ELIM NOISE OR OSCIL ON DIFFERENTAL GAIN & DIFFERENTAL PHASE DISPLAYS 
CONT'D DUE TO ERR IN LOOP IF FREQUENCY 
37028-25 APR76 WO SER BELOW 1546U-01431.PREF REPL FOR AGC4 & A6C8 
3702B-26 MAY76 WO SER 1242U-00521 TO 1331U-COS60.PREF REPL FOR A2R72 
37028-27 MAY76 WO SER 1242U-00251 TO 1331U-00632.PREF REPL FOR A2R73 
37028-28 MAY76 WO SER 1242U-00251 TO 1331U-00815.PREF REPL FOR A2R4&7 
37028-29 JUL76 WO SER BELOW 1616U-01566.PREF REPL FOR A3R36 
37028-30 JUL76 WO SER BELOW 1616U-01566.PREF REPL FOR A21R36 & A21R39 
37028-31 JUL76 WO SER BELOW 1616U-01566.PREF REPL FOR A23R32 
3702B-32 JUL76 WO SER BELOW 1616U-01566.PREF REPL FOR A22k24 
37028-33 AUG76 WO ALL SER.PREF REPL A23MC2 
37028-34 JUN77 WO SER BELOW 1642U-01746.MOD TO STOP POSSTBILITY OF DC OFFSET ON IF DISPLAY 
37028-36 NOV77 WO ALL SER.PREF REPL FOR AZOC3, AZ2C27, AZ24C20 
37028-37 NOV77 wo SER BELOW 1730U02076.FAULTY INTENSITY OR INOP BLANKNG OF DISPLAY DUE TO A6R4 INTENS 
CON GOING HI 
3702B-38 NOV77 WO AL! SER.PREF REPL AZNC3, AZMCS, AZMC12, ASHC3~ AAMC, AAMCS -AZSMC1,AZ4HC1AZAMCZ/AZAMC3 
3702B-39 JAN78 WA SER BELOW 1737U02166.REC REPL RES IN IF AMP CAzzR 34) 
37028-40 SEP78 WO SER BELOW 1242U00251.REC FIELD REPL OF A2 ASSY 
37026-41 JAN79 WO SER BELOW 1438U01046 & SER 143801046 TO 1723U0205S.REPL OF Y2 DISPLAY SW ($7). 
37028-42 MARBO WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
37028-43 ~MAR81 WN SER 2025U02898 & BELOW.FIELD INSTALL OF LOG AMP 
~ 3702B-45 FEB82 WO FIELD REPL OF A2 ASSY.APPLIC SER NUMBER LISTED IN TEXT OF SERV NOTE 
37028-46 FEB82 WO FIELD REPL OF A& ASSY.APPLIC SER NUMBER LISTED IN TEXT OF SERV NOTE 
: x 37028-47 FEB82 WO UPDATE ADJUST PROC FOR A23_& A24.APPLIC SER NUMBER LISTED IN TEXT OF SERV NOTE 
MODE WHEN ae 37028-48 FEB82 WN ALL SER.COMPAT OF A&,A2,A228A23 ASSEN 
: 37028-49 JAN84 WO SER 2122U03451 & BELOW.MOD TO REDUCE SPURIOUS SIG 
37028-50 JUN85 WO ALL SER.PREF REPL FOR AZ5Q2 
- 3702B-51 JUN85 WO ALL SER.PREF REPL FOR AICR1 
3710A-20 MAR?8 WN ALL SER.NEW PERF CHECK & TROUBLESHOOT PROC FOR 37028 WITH 37038 OR 3705A PLUG-IN: 377 08-02 
-| 3702B-003. ss SERV MAN EP76 03702-95012 MAY82 03702-95037 8L 01 14 04 
ee MAN. CHANGE JANSO 03702-95012 aK 
-e } 37027 _ SERV MAN VOL I JAN74 03702-95003 APRES. 03702-95028 8L 01 14 03. 
; MAN CHANG. MAR?5 03702-95003 


pe 140 | | atyopves | ER SE ie oe a ES epge agee | 7 | 11/98/85 
a Shoe MODEL. 0 “LITERATURE: H/C’. H/C PART. © FICHE. FICHE PART MP DP ee ee tte MODEL 


ee Se ee ee Oe Oe SR NE EE eS VER VEIN baie AEE TRA OVE UO ORY EG. 


3702B~46 FEB82 WO FIELD REPL OF A& ASSY.APPLIC SER NUMBER LISTED IN TEXT OF SERV NOTE 
3702B-47 — FEB82 WO UPDATE ADJUST PROC FOR A23_& A24.APPLIC SER NUMBER LISTED IN TEXT OF SERV NOTE 
MODE WHEN 3702B-48 _ FEB82 WN ALL SER.COMPAT OF A4,A2,A22&A23 ASSEN 

ale  37028-49 JAN84 WO SER 2122U03451 & BELOW.MOD TO REDUCE SPURIOUS SIG 

-3702B-50 _... JUN85. WO ALL SER.PREF REPL FOR A25Q2 
37028-51 JUN85 WO ALL SER.PREF REPL FOR A1CR1 ee 
3710A-20 _ -MAR7B WN ALL SER, NEW PERF CHECK & TROUBLESHOOT PROC FOR 3702B WITH 37038 OR 370SA PLUG-IN 37708-020 

37028-003 SERV MAN SEP76 03702-95012 MAY82_ 03702-95037 8L 01 14 04 
Pe MAN CHANGE JAN80 03702-95012: ¥ ee nae 37744 
| 37022 SERV MAN VOL ‘I JAN71. 03702-95003 APR85 03702-95028 8L 01 14 03 , 
ie MAN. CHANC:. ~- MAR75 03702-95003 ; 


Ne 


PAGE 140 || 11/08/85 : : PAGE 155 19798785 

MODEL 0 LITERATURE . H/C. ~—-H/C PART. ~—s FICHE. = FICHE PART MOP OD OP af MODEL 

NUMBER = «C ‘TYPE DATE NUMBER DATE NUMBER LT VG oo | NUMBER 
PTION wink ane a kkk DESCRIPTION #** DESCRIPTION wkk DESCRIPTION #it® DESCRIPTION eke DESCRIPTION ict pos 
| 37022 SERV NOTE SET BELOW APR79 ae : seen 3771A 
«Bee cr fede 
- = AVi\I : c : ei 
370227-3 - NOT AVATLABLE wel 5 re | 377 1A-001 
37027-4 - NOT AVAILABLE : pene 
37027-5 7 - NOT AVAILABLE 
; | 370226 oe NOT AVAILABLE 
1S GROUND 37022-7 - NOT AVAILABLE : 

7. 370278 JAN77 WO SEX BELOW 1119U-01176.PREF REPL FOR RECTIFIER ASSEMBLY (24) : aig 
37Gif 99 OCT78 WO ALL SER.REPL OF VARACTOR DIODE A3CR5. ; 3774-002 
37°27=10 OCT78 WO ALL SER.REPL OF A3 ASSY IF MIXER & LOCAL OSC.: Se 

-3703A SYSTEM OPER INSTR JANOO 03702-95001 APR85 03702-95026 8L 01 14 01 
OPER & SERV MAN JUL70. 03703-95000 JAN71 03703-95025 01 14 03 j 
MAN CHANGE AUG70 03723-95000 : 
SERV NOTE SET BELOW JUL80 377 1A-003 
3702A-5/3703A-1 - MOD TO IMPR GROUP DELAY HEAS CAPABILITY OF Y-2 CHANNEL 
3702A-7A/3702A-12/ JUL69 WN INSTAL OF OPT 05 & 06.(FOR TV SUBCARRIER PHASE & GAIN MEASUREMENT 
3703A-3 MAR6? WO SER BELOW U825-00260.REC REED RELAY REPLACEMENT : eae 
3703A-4A OCT7) WN FIELD CONV TO HO2 MODEL eno he 
3771-004 
37038 SERV MAN SEP74 03703-95017 AUG8O 03703-95036 8L 01 14 02 
MAN. CHANGE JAN8O 03703-95011 
SYSTEM OPER INSTR FE872 03710-95002 JUN74 03710-95027* 01 44 01 USE 37038 FICHE 03710-95030 
SYSTEM SERV MAN HAR74& 03710-95004 NOV78 03710-95029* BL 01 14 03 USE 37038 FICHE 03710-95033 
OPER INSTRUCT JUN73. 03710-95005 DEC82 03710-95030 8L 01 16 01 io ladien 
SYSTEM SERV MAN SEP79 03710-95008 MAY82 03710-95033 8L 01 14 02 3771A-005 
SERV NOTE SET BELOW | APR85 
7038-0 NOV84 WN SERVICE NOTE INDEX 
3703B~1A NOV73 WO ALL SER.PREF REPL FOR A1MC1.MC2/3/4/5 
3703B-2 MAR78 WN ALL SER.RETROFIT OF INT/EXT 8.8. SW TO FRONT PANEL 
37038-3 MAR78 WA ALL SER.REPL RESISTORS AIR141/2/3 ' 
37038-4 MAR78 WO ALL SER.REPL PROC FOR AIMC1/2 (1820-0595) ae 
3703B-5 MAR78 WA SER BELOW. 1326U01309.REC: REPL RESISTORS pAIRIS5 7779 Carat 3771-006 
37038-6 MARSO WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
3710A-20 MAR78 WN ALL SER.NEW PERF CHECK & TROUBLESHOOT ORL FOR 37028 WITH 37038 OR 3705A PLUG-IN S771 anda 
37038-014 | OPER & SERV MAN MAR71 03703-95002 JAN72 03703-95027 01 14 02 
MAN CHANGE JUL71 03703-95002 
37032z SERV MAN VOL ITZ FEB71 03703-95001 MAY74 03703-95026 01 14 02 
MAN CHANGE JAN73 03703-95001 
SERV NOTE SET BELOW OcT78 : 3771A/68 
37032-1 MAR78 WA ALL SER.REC REPL RESISTORS AIR141/2/3 : 
ee 3703Z-2 MAR78 WO ALL SER.REPL PROC FOR AIMC1/2 (1820-0595) 
3705A “SERV MAN SEP73 03705-95001 AUG83 03705-95026 8L 01 14 02 
ce MAND CHANGE BAR83 03705-95001 


SYSTEM OPER INSTR Wats 03710-95902 JUN74 03710-95027* 01 14 01 USE 3705A FICHE 03710-95030 

SYSTEM SERV MAN MAR?4 03710-95004  NOV78 03710-95029* 8L 01 14 03. USE 3705A FICHE 05710-95933 

OPER INSTRUCT TUN? 03710-95005 DEC82 03710-95030 8L 01 14 01 

SYSTEM SERV MAN SEP79 03710-95008 Nonas 03710-95033 8L 01 14 02 

po Par Ae SET BELOW PR85 
A= : 


DEC84 WN SERVICE NOTE INDEX 


PAGE 141. 


91/08/85 Pe eee | a oe : PAGE 156 | | 11708785 
MODEL. «O—~—*—~—<SCLERATURE OC H/C w/c PART FICHE FICHE PART MP oD PO . - ee MODEL 
NUMBER CC  —s«sTYPEt DATE NUMB DATE. NUMBER) ss LT VG ; NUMBER 


TION wire ee a : : : . a eke NUMBER au #ée RECKOTDTTAM. 424 NOCARTOTTA daa “ABAARamTTAA Aah ReaiWwerwe chews 


PAGE 141 


TION dick 
ONEOUS 
69525 
“AL ISOL 


R 
OCK FREQ 


IE. 


IMPR OPER 
PT ASSY. 


TY TO STEP 


PAGE 142 


TON kkk 


37054. 


| 19/08/85 
MODEL 
NUMBER 


37050 


37050S 


3707A 


3707A~001 


3707-010 


-3708A 


11/08/85 
MODEL 


SERV NOTE SET BELOW 
3703Z-1 

3703Z-2 

SERV MAN 


MAN CHANGE 


‘SYSTEM OPER INSTR 
SYSTEM SERV MAN 
OPER INSTRUCT 
SYSTEM SERV. MAN 
SERV NOTE SET BELOW 
3705A-0 


LITERATURE 
TYPE 


3705A-1 


_ 3710a-20. 


SITE PREP MAN 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


“MAN CHANGE 


SERV eH 
OPER M 


ocT78. : 
MAR78 WA.ALL SER.REC REPL RESISTORS AIR141/2/3 
MAR78 WO ALL SER.REPL PROC FOR AIMC1/2 (1820-0595) 


SEP73 03705-95001 


MAR83 03705-95001: 


FEB72 03710-95002 
MAR74 03710-95004 
JUN73 03710-95005 
SEP79. 03710-95008 


: APR&5 
DEC84 WN SERVICE NOTE INDEX 


H/C 
DATE 


FEB?3 


A 
SERV NOTE SET BELOW 


3708A-1 
3708A-2 
3708A-3 


SYSTEM ore INSTR 
SERV MAN 

MAN. CHANGE 

SYSTEM SERV MAN 
OPER INSTRUCT 
MAN CHANGE 

SYSTEM SERV MAN 
MAN CHANGE 


3710A-18. 


LITERATURE 
“TYPE 


F 
‘SERV NOTE SET BELOW 
710A~-0 D 


Myc 
ATE 


H/C PART 


UMBER 


N DATE MBER tL TV 
wke DESCRIPTION *** DESCRIPTION *%* DESCRIPTION wee DESCRIPTION tokk DESCRIPTION kik 


“AUGB3. 03705-95026 8L 01 14 02 


JUN74 03710-95027% 01.14 01. USE 3705A FICHE 03710-95030 
NOV78 03710-95029* 8L 01. a WA USE 3705A FICHE 03710-95933 
DEC82 03710-95030 8L 011 

MAY82 03710-95033. @L 01 14 02 


FICHE et PART M PD e 


ALL SER.PREF REPL FOR A1MC1.MC2/3/4/5 


SER BELOW 1218U-00191.HMOD TO CHANGE RANGE OF DIFFERENTAL PHASE CALIBRATION SWITCH $2 


CONVERSION FROM OPTION 10 TO OPT 13 

SER BELOW 1218U-01326.PREF REPL FOR A3Q4 

SER BELOW 1218U01777.POSS PROB WHEN REPL. A1MC1/2 (1820-0595) 

ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 

ALL SER.NEW PERF CHECK & TROUBLESHOOT PROC FOR 37028 WITH 37038 OR 3705A PLUG=IN- 


37050-90002 


03707-90000 
03707-90000 


03707-90000 
03707-90000 


03707-90000 
03707-90000 


03708-90000 
03708-90001 


DEC84 37050-90027 8L 01 14 01 
JUNSO 03707-90025 | 8.01 14 02 


JUNSO 03707-90525 8L 01 14 02 
JUN8O 03707-96025 81 01 14 02 


AUG85 03708-90025 8L 01 14 05 
teres 03708-90026 8L 01 14 02 


WO SER 2414000127 & BELOW.PREF REPL FOR A201C1 CAP 
WO SER 2474U00150 & BELOW.PREF REPL FOR RFI STRIP ON ASSY A403 
WO SER 241400179 & SELOW.COMPON CHANG TO A306 ODBM REF SOURCE ASSY 


03710-95002 
03710-95003 
03710-95003 
03710-95004 
03710-95005 
03710-95005 
03710-95008 
03710-95008 


JUN74 03710-95027* 01 14 of USE 3710A FICHE 03716-95030 
MAYS2 03710-95028 8L 01 14 0 


NOV78 03710-95029« 8L 01 14 03 USE 3710A FICHE 03710-95033 


SUNS 03710-95030 8L 01 14 01 


MAY82 03710-95033 8L 01 14 02 
APR85 


SERVICE NOTE INDEX 

SER BELOW 1338U-00816.FIELD REPLACEMENT OF R4& DEVIATION CALIB CNTR POTENTIOMETER 
FIELD INSTAL OF VAR PHASE SWP OPT 

SER 1331U00526 TO 1338U00775.M0D TO STOP BLOWING OF LINE FUSE (F2) ON SWITCH ON 
SER BELOW 1213U-00191.PREF REPL COR AIC2 

SER BELOW 1136U-00171.PREF REPL FOR A4&R17 & A4R37 

SER 1136U-00151 TO 1338U-G0590.MOD TO INCREASE AFC DISCRIMINATOR GAIN 

SER BELOW 1338U-00936.PREF REPL FOR A4&C20 

SER BELOW 1302U-00291.PREF REPL A6R23 


SER BELOW 1338U-00856.PREF REPL 


A7C4, ABC2, & A9C13 
A11@5 


SER BELOW 1136U-00151.PREF REPL A17Q4 


SER BELOW 1438U-01116.PREF REPL 


R5 SWEEP OUTPUT LEVEL POTENTIOMETER 


SER BELOW 1136U-00151.PREF ste B aeeas 
SER BELOW 1510U-01446.PREF REPL AISCR23 


SER 1136U-00116/18/20/24/30/31/32. et 
OSCILLATOR ASSEMBLY 


ALL. SER.PREF REPL FOR. A7C4,A8C2,A9C13 
ALL SER.PREF REPL FOR AIMC1,AZMC1, A11MC1, AYINC2,ATAMCS,AT2MCL A1ZHC2, a1 SHB 


SER BELOW 1637U01686.REMOVAL OF +15V 


SER BELOW 1637U02155.REC REPL RESISTOR IN. PWR SUPPLY ASSY A15R33 


H/C PART | 


‘FLOHE “FICHE PART MOP OD P 
NUMBER DATE NUMBER OL oT ¥ 
tek DESCRIPTION + “tik F DESCRIPTION # ike DESCRIFTION tke DESCRIPTION #ee DESCRIPTION tele 


: 11/08/85 
PAGE 156 "MODEL 


1136U-00134 TO TATOO Gert OF A16. 70-MHZ 


& -i5V RECT FM A15 PC BD TO REDUCE TEMP ON BD 


"PAGE Ey 


| 3777A/B 


NUMBER 


3771A/B 


3771B 


3718-001 


37718-003 


| 3771B-006 


3776A 


41/08/85 
- MODEL 
NUMBER 


sa=wsw Sw Ven wWheevN wwe wet Feat a wt. ASH oye ee = ese we 


3710A-10 FEB76 WO SER BELOW 1136U-00157.PREF REPL FOR A11Q6 & A115 


: ones 3710A-11 - FEB/6 WO SER BELOW 1438U-01116.PREF REPL FOR R5_SWEEP OUTPUT LEVEL POTENTIOMETER 3771B-006 
Y TO STEP : 3710-12 FEB76 WO SER BELOW 1136U-00151.PREF REPL FOR ASR 
. oe 3710A-13 FEB76 WO SER BELOW 1510U-01446.PREF REPL FOR A15CR | 397 
3710A-14. FEB76 WO SER 1136U-00116/18/20/24/30/31 /32 11360-00136 TO 1213U-00210.REPL OF A16 70-HHZ 376A 
CONT'D OSCILLATOR ASSEMBLY 
3710A-15 - NOV77 WO ALL SER.PREF REPL FOR A7C4,A8C2,A9C13 
3710A-16. -NOV77 WO ALL SER.PREF REPL FOR AIMCh ASHCL-ATINC1 /A1IMC2¢ATIMC3,A12NC1/A1ZHC2,A13MCB 
3710A-17 JAN78 WN SER BELOW 1637U01686.REMOVAL OF +15V & -15V RECT FM A15 PC BD TO REDUCE TEMP. ON BD 
3710A-18 JAN78 WA SER BELOW 1637002155 REC REPL RESISTOR IN PWR SUPPLY ASSY A15R33 


PAGE 142 11/08/85 PAGE 157 11/08/85 
MODEL 0 LITERATURE H/c H/C PART FICHE FICHE PART MP 4 P MODEL 
NUMBER Cc TYPE DATE NUMBER DATE NUMBER LT 6 NUMBER 

ON kick kkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION #k* DESCRIPTION #* DESCRIPTION wie . es 

eee ae 37108 3710A-19 JAN78 WO SER BELOW 1637U02271.REC REPL RESISTORS IN IF AMP ASSY (A6R28/29/33) 3776A 

Y TO STEP : 3710A-20 MAR78 WN ALL SER.NEW PERF CHECK & TROUBLESHOOT PROC FOR 3710A WITH 3715A OR 3716A PLUG-IN 

ea 3710A-21 MAY79 WO SER BELOW 1438U01012.PREF REPL OF DIODE aac R1. 
3710A-22 MAR8O WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
: ~ -3710A-23A WAY83 WN SER 1849U02471 & BELOW. IMPR COOLING BY RETROFITTNG LARGER FAN 
3711A SERV MAN JUL79. 03711-90000 APR85 03711-90025 8L 01 14 04 SEE TITLE PAGE FOR LIST OF OPTIONS | 
; MAN. CHANGE -- 0CT81 03711-90000 

SYST SERV MAN SEP79 03711-90001 MAY82 03711-90026. 8L.01 14 02 
MAN CHANGE JAN81. 03711-90001 
OPER INSTR MAY79. 03711-90002 DEC79 03711-90027 8L 01 14 01 (+37918) 
SERV NOTE SET BELOW JUL8S 
3711A-0 JAN85 - SER NOTE INDEX 
3711A-1 MAR8O WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
3711-2 OCT&2 WN ALL SER.PART NUMBER CHANGE FOR. IF ATTEN 
37711A-3 MAR83 WO ALL SER.PREF REPL OF TRANS A1Q1 & CAP A101 
3717A~4 : MAR83 WA SER 2016U00326 TO 2016U00349.MOD TO IMPR SLAVE OUTPUT AMPLT 

3712A SERV. MAN SEP79 03712-90000 MAY82 03712-90025. BL 01 14 05 
HAN CHANGE 0CT81. 03712-90000 
SYST SERV MAN SEP79 03711-90001 MAY82 03711-90026 8L 01 14 02 
MAN. CHANGE JAN81 03711-90001 . 
OPER INSTR MAY79 03711-90002 ECTS 03711-90027. 8L.01 14 01. (+37938) 
SERV NOTE SET BELOW JUL 
3712A-0 JAN85 = SER NOTE INDEX 
3712A-1 FEB80. WO SER 00101 TO 00121.PREF REPL FOR THIN-FILM AMP A22E1 
3712A-2 FEB880 WA SER 00101 TO 00121.PREF REPL SUB-ASSY WITH RELAY A30K1 
3712A~3 MARSO WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
3712a-5 SEP82 WO ALL SER.-15V RAIL FUSE BLOWING (INTERMITTENTLY) 
3712A~6 .. OCT82 WN ALL SER.PART NUMBER CHANGE FOR IF ATTEN 
3712A-7 NOV82 HO SER 2243u00422 & BELOW.REPR & TRBLSHTG INFO WHEN REPL 
3712A-8 OCT82 WO SER 2243U00422 & BELOW.PREF REPL FOR A16MC1 
3712A-9 AUG83 WO ALL SEx.EHT DERIVED BASEBAND RIPPLE ON 55KHZ OPT(210,211,212, & 221)& CRT SHIELD 
3712A~10 AUG83 WO SER 2243y00492 & BELOW.REC INSULATOR TO PREV POSS SHRT BET A30 ASSY & CRT SHIELD 
3712A-11 NOV83 WO ALL SEK CHANGES TO Y DEFLECTION SENSITIVITY & NORMALIZER PROGRAM 
3712-14 FEB82 WO ALL SER.AM TO PM CONV ADJUST 

3712A-004 SERV MAN SEP79 03712-90000 MAY82 03712-90025. 8L 01 14 05 

-3712a-005 SERV MAN SEP79. 03712-90000 MAY82 03712-90025 8L 01 14 05 

3712A-020 SERV. MAN SEP79 03712-90000 MAY82 03712-90025 8L 01 14 05 

3715A SYSTEM OPER INSTR FEB72 03710-95002 JUN74 03710-95027* | 01 14 01 USE 3715A FICHE 03710-95030 

SYSTEM SERV MAN MAR7% 93710-95004 NOV78 03710-95029* 8L 01 14 03 USE 3715A FICHE 03710-95033 

"SERV. MAN NOV74. 03715-95001 MAY82, 03715-95026 8L 01 14 02 

MAN CHANGE NOV80 63715-95001 
OPER INSTRUCT JUN73 03710-95005 DEC82 03710-95030 8L 01.14 01 
SYSTEM SERV MAN SEP79 03710-95008 MAY82 03710-95033 8L 01 14 02 
SERV NOTE SET BELOW JUL85 
3710A-20 MAR78 WN ALL SER.NEW PERF CHECK & TROUBLESHOOT PROC FOR 3710A WITH 3715A OR 3716A PLUG-IN 
3715A-0 JAN85 — SER NOTE INDEX 
3715A~1 NOV77 WO ALL SER.PREF REPL FOR A3MC1 
3715A~2 | MAR8O WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 


PAGE 143. |. —SSs«Ys«:'11/08 785 PEO US ee ee “gett, # PAGE 158 19/08/85 
Py Bas | "MODEL. = «O—SsCLTERATURE = sH/C.—~——SCSWW/C)PART.~—sFICHE FICHE PART HP ODP. | : ea, 
Ce es NUMBER C...—sOTYPE'”~—~—~—COOACTS NUMBER DATE NUMBER o£ T VG MBER 
IN kee fe ee ee eee tek DESCRIPTION tik DESCRIPTION aie DESCRIPTION ieee DESCRIPTION ik DESCRIPTION feck : 


3716. .—=—=~*«SSYSTEM OPER INSTR FEB72 03710-95002 | JUN74-03710-95027" 01 14 01 USE 3716a FICHE 03710-95030 i ati ti sd 37768 


11/08/85 
“MODEL 


PAGE 143 
, NUMBER 


Note 

. 376A. 
sAbISA. 
BOTH 372 SERIES 
037 3720A 
OG RELAY 


37201A 


-1goaye5 


37201A-050 


MAN. CHANGE . NOV80 63715-95001 Be hea haes ME Bbc 
OPER INSTRUCT JUN73 03710-95005 DEC82 03710-95030 8L 01 14 01 
SYSTEM SERV MAN SEP79 03710-95008 MAY82 03710-95033 8L 01 14 02 


SERV: NOTE SET BELOW JUL85 

3710A-20 MAR78 WN ALL SER.NEW PERF CHECK & TROUBLESHOOT PROC FOR 3710A WITH 3715A OR 3716A PLUG~IN 
3715A70 JAN8S  - SER NOTE INDEX 

3715A~1 NOV?77.WO ALL SER.PREF REPL FOR ABMC1 


3715A-2 ; MAR80 WO. ALL. SER: PREF REPL cok NPN TRANS (1854-0071) 


eae PAGE 158 
LITERATURE H/C H/C PART FICHE FICHE PART M P D P 
TYPE DATE N 


NUMBER DATE UMBER LT VG eS 
‘the DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *#* DESCRIPTION *#* DESCRIPTION wie 


SYSTEM OPER INSTR = FEB72 03710-95002 JUN74 03710-95027* 01 14 01 USE 3716A FICHE 03710-95030 
SYSTEM SERV MAN MAR74. 03710-95004 NOV78 03710-95029* SL.01 14 03 USE 3716A FICHE 03710-95033 
SERV MAN | DEC?3 03716-95001 AUG83. 03716-95026 SL 01 14 03 
MAN CHANGE ©. MAR83. 03716-95001 

OPER INSTRUCT 03710-95005 DEC82 03710-95030 8L 01.14 01. 

SYSTEM SERV MAN 03710-95008 peice 03710-95033 8L 01 14 02 


SERV NOTE SET BELOW APR 
20 MA ¢ ALL SER.NEW PERF CHECK & TROUBLESHOOT PROC FOR 3710A WITH 3715A ave pat ieh, PLUG-IN 
SER BELOW 1136U00136.REP. OF PHASE RIPPLE ON DIFFERENTIAL PHASE D 
SER 124300436 TO 1350U0077¢ EXCLUDING ¥350U00711/50/57/46/48/50/51/65/64/66/77. MOD 
TO IMPR DIF PHASE SLOPE .\T8.2 MHZ 
CONV FROM OPTION 10 TO. OPTIO?: 13 
ALL SER.PREF REPL FOR PHASE SENSITIVE DETECTOR ASSEMBLY (A8) 
ALL SER.ADJ PROC TO MIN MALADJ OF PHASE-LOCK-LOOP 
SER 1136U-00147 TO. 1340U-00595.PREF REPL FOR R3,SWEEP CAL POTENTIOMETER 
SER BELOW 1350U-01086.PREF REPL FOR A7R4 
SER BELOW 1350U-01257 EXCEPT 1350U~1142/4$/45/51/52/53/54/67/74/75/80/81 /82/83/88/ 
89/93, 1350U-1216/17/21 /22/25 /27/29/31/32/33/34.PREF REPL FOR A8CR2 
ALL SER.PREF REPL FOR A1MC1 
SER BELOW 1350U01259.MOD iM PREVENT BLOHING -15V FUSE IN 3710A WHEN REMOVNG & INSERT 
3716A WITH 3710A SWITCHED 0 
WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
3716A~-12 WO SER 194202961 & BELOW.PREF REPL FOR A8MC1 


OPER & SERV MAN JUN81. 03717-90000 AUG83 03717-90025 8L 01 14 04 
MAN CHANGE MAY83 03717-90000 


SERV NOTE SET BELOW OcT83 
3717A-3 MAY83 WO ALL SER.PREF REPL FOR A6U1 
3717A~4 MAY83 WO ALL SER.PREF REPL FOR A14 US 


OPER NOTE JUN64 372C-901 JUL75 00372-90092 01°04 01 


OPER MAN APR72 03720-95000 AUG8O 03720-95025. 8L 01 14 01 

MAN SUPP MAY72 03720-95000 

MAN CHANGE JAN76 03720-95000 

SERV MAN APR72 03720-95001 AUG8O 03720-95026 8L 01 14 03 

MAN CHANGE MAR79 03720-95001 

FUNCTIONAL CHK SUPP JUL72 03720-95002 OCT72 03720-95027 01.14 01 

SERV NOTE SET BELOW JUL80 

3720A~1 OCT74 WO SER BELOW 1349U~00250.MOD TO STOP INTENSITY MODULATION 
3720A-2A JAN7S WN SER BELOW 1349U-00260.PREF REPL. FOR A17Q6 

3720A-38-S - AUG77 WA SAFETY.SER 1349U00221 THRU 1534U00286. INSTALL OF CRT SAFETY SHIELD 
3720A-4 MAR79 WN SER 1534U-00320 & BELOW.REC REPL FOR A20Q5 


OPER & SERV MAN FEB79 37291-90000 MAR79. 37201-90025* 8L 01 14 02 USE 37201A FICHE 37201-90026 
OPER & acer MAN FEB80 37201-90001 MAY82. 37201-90026 8L 01 14 02 


» MAN - CHANG JANG2 37201-90001 


SERV NOTE. SET aap PR84 

37201A~1 AUG79. WA SER 1914u00269 & BELOW.MOD TO PREVENT INTERMITTENT HANG-UP AT SWITCH ON 
37201A~2 WA SER 1925U00666 & BELOW.PROM CHANGE TO SOLVE SPEC APPLICATION PROBLEMS 
37201A-3 WO ALL SER.PREF REPL OF A1Y100 

37201A-4 WN SER 2232U & ABOVE.RETROFIT PROC FOR OPT 050 REMOTE HP-18 ether duaay 


37201A-5 WO SER 2232U01891 & BELOW. MOD TO ELIM -OSCIL START-UP. PROBLEM 
OPER & SERV MAN —-NOVB4. 37201-90003  AUGBS 37201-90028 aL 01 14 02 


LITERATURE Me H/C PART. FICHE “FICHE PART M PODOP. 
TYPES ee: NUMBER DATE. NUMBER LT V6 
tke DESCRIPTION kk DESCRIPTION sick DESCRIPTION kk DESCRIPTION tek DESCRIPTION. tk 


“oper t SERV MAN AUG80 37203-90000 : MAYB2 37203-90025 aL 01 14 02 


A! ®llaarece 1282:8% FTISAT_AARAAA 


PAGE 59) 


| 11/08/85 


NOP GER . 


37768 


41/08/85 
‘MODEL 
NUMBER 


3779A 


SA9RA 
PERF 


10: KHZ 


“1B 


37201A-050 


41/08/85 
MODEL: 
NUMBER 


[372030 


37203A-001 
37eia 


-37210/220T 


37212A 


‘372134 


| 37214a 


19/08/85 
MODEL 
NUMBER 


| 37i4a 
372158 


SERV NOTE SET BELOW 
37201A~1 


PR84 
US79 WA SER s91auo0z69. & BELOW.MOD TO PREVENT INTERMITTENT HANG-UP AT SWITCH ON 


37201A~2 Aue8o WA SER 1925000666 & BELOW.PROM CHANGE TO SOLVE SPEC APPLICATION PROBLEMS 
37201A-3 - AUG81. WO ALL SER.PREF REPL OF A1Y100 

37201A~4 OCT83 WN SER 2232U_& ABOVE.RETROFIT PROC FOR OPT O50 REMOTE HP-I8. INTERFACE - 
37207A-5 SEP83. WO SER 2232U01891 & BELOW.MOD TO ELIM OSCIL START-UP PROBLEM 


OPER & SERV MAN 


LITERATURE 
TYPE 


OPER & SERV MAN 


MAN CHANG 


E od 
SERV. NOTE SET BELOW 
37203A~1 ood 


37203A-7 
OPER & SERV MAN 
OPER MAN 


. MAN CHANGE 


SERV MAN VOL 1 
MAN CHANGE VOL 1 
SERV MAN VOL 2 
MAN CHANGE VOL. 2 


SERV me SET BELOW 


3721A-10A 


CONT 
“3721A=11 


3724-12 
3721A~13A~S 
3721A~14B-S 


3721A-16 
3721A-17 
3721A~18 


NOVB4 37201-90003, AUG85 37201-90028 BL 01 14 02 


: PAGE 159 
H/C H/C PART FICHE FICHE-PART M PD A 


DATE NUMBER DATE NUMBER LT V 
&kk DESCRIPTION *** DESCRIPTION *x% DESCRIPTION xk DESCRIPTION *** DESCRIPTION xkk 


fee 37203-90000 naY2 37203-90025 8L 01 14 02 


2 37203-90000 


cT82 
SER 2osouoosse” & BELOW.MOD TO ELIM POSSIBLE FLASHING DATA ERROR LED 
SER 2040U00549 & BELOW.MOD TO PREVENT MAIN CLOCK GEN FAILURES 
ALL SER.POSS INCORRECT SIGNATURES IN HP-IB SECTION 
ALL SER. INSTALL OF OPT 001 FIBRE OPTIC INTERFACE 
ALL SER.PERF REPL OF IC"S A1U62 & A1U63 
ALL SER.PREF REPL -IC A1U55. (NEW PN 1820-0681) 
SER 2040U04080 & BELOW.MOD TO PREV POS HP=18 BUS LOCK-UP 


AUG80 37203-90000 OCT80 37203-90025 8L 01 14 02 
03721-95003 SEP77 03721-95028 8L 01 14 02 
03721-95003 
03721-95004 AUG80 03721-95029 8L 01 14 03 
03721-95004 

AUG80 03721-95030. 8L 01 14 03 


03721-95005 
03721-95005 


APR81 

940- & UP.REBLT EXCHNG PROGRAM 

U940-00101.ADJ OF MAIN STORE & CLOCK FREQ 

U960-00741 & UP.ADJ OF MAIN STORE & CLOCK FREQ 

U940 & UP INSTAL OF COMPUTER 1/0-OPT 020 

U940 & UP. INSTAL OF DELAY OFFSET-OPT O1-SERIES 

BELOW U960.MOD TO IMPR PEN LIFT CONTROL 

SER.INSTAL OF TAPE PUNCH 1/0 OPT 021 & oe 2 

BELOW 1103U00310 EXCEPT 00297 TO O0305.IMPROVED INTERPOLATION FACIL ‘7! 
ee te WORLDWIDE.SER BELOW 1112A00135 USA ONLY.INSTAL OF 3720A 1/0 MOD KIT 
SER 1123U-00371. & vorcee 1112A°00135 & UPCUSA).REC PROC FOR INSTALL OF 

DELAY OFFSET, OPT 01 SERIES 

SER BELOW 1405U-00560.REC REPL FOR A9Q5 & A9Q10 
ALL SER.MOD OF OPT O22 FOR HP 2895 TAPE PUNCH 
SAFTY.SER 11370 TO 1544U.SAFTY HAZARD ELIM.ELIM OF POT SHOCK HAZRD DUE TO. MISSING 
SAFETY.SER 1405U00496. THRU 1544U00596. INSTALL OF CRT SAFETY SHIELD 
SAFTY.SER 1405U90496. TO 1543U00596.SAFTY HAZARD ELIM 
SER BELOW 1544U00645.PREF REPL~A1Q16 
SER 1544U00660 & BELOW.REC FOR IMPROVED OPER OF RESET CIRCUITRY. 
SER 154400665 & BELOW.ELIM OF NOISE ON DITHER POSITION. 
SER 1123U & BELOW & SER 1112A00135 & SELOW.PREF REPL FOR TIMESCALE SWITCH (S10) 


SERV pal SET BELOW JUL81 

37210/220T-1 WN 37240T:4800 BITS MODEM.REC XCHANGE PWR ciao’ ay 
37210/220T=1 ~ FEB81 WN 37220T:9600 8 ‘ 

MAR85 37212-90000 pores 37212-90025 BL 01 14 02 

APR85 WN ALL SER.MOD TO PREV INVALID REMOTE DIGITAL LOOPBACK INITIATION 
USERS GUIDE JUN8Z 37214-90001 JUL83 37214-90026 8L 01 14 01 


USERS. GUIDE JUN83 37214-90001 JUL83. 37214-90026 8L 01 14 01 
SERV NOTE SET BELOW: JANS4 


REF MAN ’ 
SERV NOTE SET BELOW 
37212A-1 


eS PAGE 160 

LITERATURE — H/C H/C PART —- FICHE FICHE | PART M POD i 

TYPE DATE NUMBER DATE LTV 
kkk DESCRIPTION whe DESCRIPTION tee DESCRIPTION ate DESCRIPTION ix DESCRIPTION salad 


-S7244a-1 ah aues3 WA FIRMWARE UPDATE. 
USERS GUIDE 


» JUNS3 37214-90001 JULES 37214-90026 BL. 01 14 01 


| 8 


11/08/85 
MODEL 
NUMBER 


ao 


379A. 


3779k-001 
-3779a-002 


37798 


11/08/85 
MODEL 
NUMBER 


a0 


tOlGitea 


Vv NOTE SET BELOW 


SERV NOTE SET BELOW 


JUN83. 37214-90001. ~ 


_JUL83 37214-90026 8L 01 14 01. 
JANB4 ba Ege oe 


OCT85 ; 

12A-1 APR85 WN ALL SER.MOD TO PREV INVALID REMOTE DIGITAL LOOPBACK INITIATION : 

372134 USERS GUIDE JUNSZ 37214-90001 JULB3. 37214-90026 8L 01 14 01 7 3 
| 37214A USERS GUIDE : 


OPER & SERV MAN 


MAN CHANGE 
SERV NOTE SET BELOW 


JUN74 03730-95004 
JAN80: 03730-95004 


AUG80 03730-95029 
APR83 


01 14 01 
BL 01 14 02 


11/08/85 ee . PAGE 160 | .-11/08785 
MODEL LITERATURE H/C H/C PART ‘FICHE . FICHE PART M PD P WODEL =O 
NUMBER TYPE DATE NUMB DATE NUMBER LT V 6 _ NUMBER c 
keke DESCRIPTION *h* DESCRIPTION *#* DESCRIPTION *## DESCRIPTION +t DESCRIPTION tik 
372140 —37214A-1 AUGS3 WA FIRMWARE UPDATE . 37798 ; 
372154 USERS GUIDE JUNB3 37214-90001 JUL83 37214-90026 8L 01 14 01 3 
372160 USERS GUIDE ‘JUN83. 37214-90001 JUL83 37214-90026 8L 01 14 01 “g 
3722A | OPER & SERV MAN MAR?’ 03722-95002 SEP80 03722-95027 8L 01 14 04 3 
MAN CHANGE - MAY79: 03722-95002 3 
37ee TAVHOTS ne 69 WO SER BELO Bs Re E Z . 
LY APR SER BELOW U850-.REC TRANS REPL : peBconi : 
HO1-3722A-4 DEC69 WN. SER 43-945, IMPR INVERTER ASSY a 0 
3722A-5A . DEC74 WN PREF M 
3722A-6A JUN79 WO SER 4451001205 & BELOW.MOD TO PREVENT EXCESSIVE COUNT ON INFINITE SEQUENCE LENGTH 
3722A~7 OCT74 WO SER 1133U-01076 TO 1133U-01116.MOD. TO IMPR PERFORMANCE 37798-002.— (ts SI 
3722Aa-8 JUN77 WN SER 1523U & BELOW.RECD PARTS. REPLACENENT FOR A2 3MHZ OSCILLATOR car Ol 
3722A-9 JUN77 WO SERIES 1523U & BELOW.MOD TO PREVENT 'iZGH SPEED DECADE MALFN 3779¢ 
(37222 INSTALL & REF MAN SEP83 37222-90000 APR84 37222-90025 8L 01.14 01 
3726A OPER MAN MAY81 03724-90001 AUG81 03724-90026 8L 01 14 02 
MAN CHANGE JUL81 03724-90001 
SERV MAN OCT82 03724-90003 AUGB3 03724-90028 8L 01 14 07 
MAN CHANGE APR83 03724-90003 
SYS SERV MAN FEB83 03724-90004 AUG83 03724-90029 8L 01 14 04 
MAN CHANGE _ FEB83 03724-90004 
SERV NOTE SET BELOW JUL84 
S72ha-4 JUN82 WA SER 2212000156 & BELOW.MOD TO PREVENT ERRONEOUS RESULTS IN SCAN MODE USING 40HZ 
3724A-2 JANS3 WA SER 2217U00161 & BELOW. (NOTE~SERIAL ABOVE 2212U00156 WILL HAVE 03724-60123 FITTED 
CONT'D +12V TRACK CUT ON 3725 A18) 
3724A-3 JANS3 WO SER 2148U00141 & BELOW.PREF REPL FOR ~12V REGLTR (A9U2) 
3724A~4 FEB84 WA SER 2251U00171 & BELOW.FITTING OF BALUNS TO 750HM INPUT & 750HM OUTPUT 
3724A-5 APR&4 WA SER 2251000171 THRU 2327U00195.NOISE MEAS IN DBRNCO UNITS 
: 3724A~6 MAR84 WN ALL SER. SOFTWARE REV 
3725A OPER MAN MAY81 03724-90001 AUG81 03724-90026 BL 01 14 02 
MAN CHANGE JUL81 03724-90001 
SYS SERV MAN FEB83 03724-90004 AUG83 03724-90029 8L 01 14 04 
MAN. CHANGE FEB83 03724-90004 
SERV HAN SEP82 03725-90001 AUG83 03725-90026 8L 01 14 04 
MAN. CHANG MAY83 03725-90001 
SERV NOTE SET BELOW JUL83 
3725a~1 OCT82 WA SER 2237U00171 & BELOW.REC WHEN MAKING NPR MEAS IN 16KHZ SLOT 
3726A OPER MAN MAY81 03724-90001 AUG81 03724-90026 8L 01 14 02 
MAN CHANGE JUL81 03724-90001 
SYS SERV MAN ~FEBB3 03724-90004 AUG83 03724-90029 8L 01 14 04 
MAN CHANGE FEB83 03724-90004 
SERV MAN APR83 03726-90001 JUL83 03726-90026 8L 01 14 02 
3730A OPER INSTR DEC71 03736-95000 OcT72 03730-95025 


41/08/85 ‘ Le. hy ~ PAGE 161 11/08/85 
MODEL LITERATURE H/C H/C PART FICHE FICHE Pant x re : : MODEL oO 
NUMBER “TYPE DATE NUMBER DATE NUMB NUMBER Cc 
poe kkk DESCRIPTION kkk ‘DESCRIPTION kik DESCRIPTION hk DESCRIPTION whe DESCRIPTION tok erred 
37300. 3730A~1A ~ MAY7S WA SER BELOW 122U00131.RED OF SPURIOUS AT IF ouTPUT. 37790 3 
— 3730A-2 FEB76 WO SER BELOW: 1541U-00441.PREF REPL OF C6. Bes Ee Se 
3730A>3 NOV76 WA SER BELOW 1647U-00561.MOD TO INC AFC DISCRIMINATOR GAIN 37 
3730A-4 | NOV77 WO ALL. SER.PREF REPL FOR A2C38, ATC 37 
» 3730a-5 MARSO WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071). “3? 


| 41708785 
MODEL 
NUMBER 


| 3730A 


37308 


S7S1A 
3732A 
3733A 
3734A 


3735A 


| 37360 


37368 


3737A 


37378. 


49/08/85 
MODEL 
NUMBER 


37378 


VENT TAY ATR US EU” FUUUT VULSO VofecOreuuco GL ui 14 Ue 


OPER INSTR DEC71 03736~-95000 OCT?72 03730-95025 01 14 01 
OPER. & Maal MAN JUN74 03730-95004 AuG80 aldo ol BL 01 14 02 


MAN CHAN JAN80. 03730-95004 
SERV NOTE SET BELOW -APRS3 


PE oe PAGE 161 
0 LITERATURE H/C ~ H/C PART FICHE FICHE Ener MOP : is ; 
Co. TYPE DATE NUMBER DATE NUMBE LT 
_ wie DESCRIPTION *** DESCRIPTION kkk DESCRIPTION wkk DESCRIPTION #4: DESCRIPTION ick 
S3730A~1A MAY75 WA SER BELOW 122U00131.RED OF SPURIOUS AT IF OUTPUT 
. B30A-2 FEB76 WO SER BELOW 1541U-00441.PREF REPL OF Cé6 
3730A~3 NOV76 WA SER BELOW 1647U-00561.M0D. TO ™~ AFC DISCRININATOR GAIN 
3730A~4 NOV77 WO ALL SER.PREF REPL FOR A2C38, A7C38 
3730A-5 ~ MAR8O WO ALL SER.PREF serie FOR NPN TRANS. (1854-0071) 
3730A~6 JAN83. WN SER 1541U00441 & BELOW.PREF. REPL FOR MIXER 9960-0174 


OPER & SERV MAN JUL80 03730-70000 AUG8O 03730-90025 8L 01 14 03 
OPER & SERV MAN: —- SEP82 03730-90002 JAN83 03730-90027 8L 01°14 03 
MAN CHANGE NOV82 03730-90002 


SERV NOTE SET BELOW JUL 
37308-0 JAN85 - SER NOTE INDEX 


-3730B=1 OCT81 WO SER BELOW 00228.mMOD TO IMPR AFC LOCK UP. 
3730B-2  . OCT82 WN ALL SER.PART NUMBER CHANGE FOR OPT 010 IF ATTENUATOR 
37308-3 JAN84 WN ALL SER.INSTRU & MAN P/N. CHANGES 
OPER NOTE DEC71 03730-95002 OCT72 03730-95027 01°14 01 
OPER NOTE DEC?71 03730-95002 OCT72 03730-95027 O01 14 01 
OPER NOTE DEC71 03730-95002 OCT72 03730-95027 61.14 01 
OPER & SERV MAN APR66 03734-902 JAN83 03734-9035 8 01 14 02 
MAN CHANGE JUN66 03734-902 
SERV NOTE SET BELOW JUL8O 
3734A-1 = NOT AVAILABLE 
3734A~-2 JUL69 WN MOD TO LIMIT BANDWIDTH 
OPER & SERV MAN SEP66 03735-901 DEC73 03735-902 01 14 03 
SERV NOTE SET BELOW JUL80 
3735A~1 JUN68 PROC FOR MAKING TIME INTERVAL MEAS 
SERV MAN NOV72 03736-95000 AUG80 03736-95025 8L 01 14 01 
MAN CHANGE SEP77 03736-95000 
SERV NOTE SET BELOW ocTés 
3736A~1 FEB74 WO SER BELOS 1307U00136.VAR IN Y16 OSCILLATOR OUTPUT POWER 
3736A-2 APR75 WA SER BELOW 1515U-00176.MOD TO REMOVE UNWANTED FM FROM 70 MHZ OUTPUT 
3736A-~3 _MAR8O WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 

ee OPER & SERV MAN JUL80 03730-90000 AUG80 03730-90025 8L 01 14.03 
OPER NOTE MAR80. 03730-90001 JUN8O 03730-90026 8L 01 14 01 
OPER & SERV MAN SEP82 03730-90002 JAN83 03730-90027. 8L 01 14 03 

MAN CHANGE NOV82 03730-90002 - 

OPER NOTE NOV82 03730-90003 FEB83 03730-90028. 8L 01 14 01 
SERV NOTE SET BELOW OcT84 
37368-1 JUN81 WO SER 00141 & BELOW.IMPR TO ENSURE FAST LOCK-UP IN TRACKING MODE 
SERV ates ~ SANZ3 paeeecoeeon AUG8O 03737-95025 8L 01 14 01 
MAN CHANG SEP77 03737-9500 
SERV NOTES SET BELOW 
3737A~1 APR75 WA SER BELOW 15150-00276. MOD TO REMOVE UNWANTED FM FROM 70 MHZ OUTPUT 
3737-2 MAR8O WO ALL SER.PREF REPL FOR NPN TRANS: (1854-0071) 
OPER & SERV MAN. JUL80 03730-90000 AUG8O 03730-90025. 8L 01 14 03 


OPER NOTE ~ MAR80 03730-90001 JUN80 03730-90026 8L 01 14 01 


0 LITERATURE H/C H/C PART — FICHE FICHE PART ” PDP 
Ce TYPE DATE ~'. NUMBER DATE NUMBER LT V6 
kkk DESCRIPTION *x* DESCRIPTION kik DESCRIPTION #e* DESCRIPTION wkk DESCRIPTION wie. 


OPER & SERV MAN oes 03730-90002: JANS3 03730-90027 ‘BL 01 14 03 


MAN CHANGE 2 03730-90002 
OPER NOTE = Novae 03730-90003 - FEB83 0373 90028 aL 01 14 01 
SERV NOTE SET BELOW 3 JULES : 
3737B-0 JANBS = SER NOTE INDEX 
-SP37B-1 J UNB1 WO-SER 00166 & BELOW. IMPR_ 10 "ENSURE ‘FAST “LOCK-UP _IN TRACKING MODE _ 


I7z77FoaW—4. i 222I@4 tia REA BUSS SE eee 


PAGE ‘lee 


| 11/08/85 
MODEL 
NUMBER 


| 37790 


3779D-003 
‘3780 


| 11/08/85 
MODEL 


NUMBER 


378A 


3790-001 
3790-002 


ao 


37378 


11/08/85 
~ MODEL 
NUMBER 


37378 


3738A 


37388 


3739A 


37398 


S743A. 


3743A-002 


3743A-003 


91/08/85 
~~ MODEL 
NURBER 


3744A 


| 37450 


OPER & SERV MAN 
MAN CHANGE’ 
“SERV NOTE SET BELOW 
S74AAn1 
 3TabAne 


MAR8O WO. ALL SER.PREF REPL FOR NPN TRANS. (1854-0071) 


JUL80 03730-90000 
MAREO 03730-90001 


ofStane. 


OPER & SERV MAN 
OPER NOTE 


AUG80 03730-90025 8L 01°14 03° 
JUN8O 03730-90026 8L 01 14 01 


in < PAGE 162 
LITERATURE H/C W/c PART FICHE 
“TYPE 


Se alg. . P-.D 4 

DATE NUMBER DATE TV 
eke DESCRIPTION eke DESCRIPTION tkk DESCRIPTION wk DESCRIPTION kik DESCRIPTION #ike 

OPER & SERV MAN SEP82 03730-90002 JAN83 03730-90027 8L 01 14 03 
MAN CHANGE ° "~~ NOV82 03730-90002 
OPER NOTE NOV82. 03730-90003 FEBS83 03772-90026 8L 01 14 01 
_SERV NOTE SET BELOW JUL85 
27378-0 JANS5 .-.SER. NOTE INDEX 


3Y378-1 JUN81 WO SER 00166 & BELOW.IMPR TO ENSURE FAST LOCK-UP IN TRACKING MODE... 

37376-2 ... JUN81. WA SER 00161 & BELOW.CHANGE TO OVERVOLTEE PROT TO PREVENT SAMAGE TO. TRANSISTOR A11Q4 
SERV. MAN JUL73 03738-95000 AUG80 03738-95025 8L 01.14 01 

MAN. CHANGE APR79 03738-95000 
SERV NCTE SET BELOW OocT85 

3738A=1 FEB74 WO SER BELOW 1320U00116.VAR IN Y16 OSCILLATOR OUTPUT POWER - 

3738A-2 APR75 WO SER BELOW 1515U-00196.MOD TO REMOVE NWANTED FM FROM 70 MHZ OUTPUT 

3738A-3 MARSO WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 

3738A~4A MAY84 WO SER 1730U00356: & BELOW. PREF REPL FOR YIG OSC 


OPER & SERV MAN JUL80. 03730-90000 AUG80 03730-90025 8L 01 14 03 


OPER NOTE MAR80- 03730-90001 JUN8O 03730-90026 8L 01 14 01 

OPER & SERV MAN SEP82 03730-90002 JANB3 03730-90027 8L'01 14 03 

MAN CHANGE NOV82 03730-90002 

OPER. NOTE NOV82 03730-90003 FEB83 03730-90028 8L 01 14 01 

SERV NOTE SET BELOW JUL85 

3738B-0 JAN85 = SER NOTE INDEX 

3738B-1 JAN81 WO ALL SER.CANCELLING RESTORED PART FOR YIG OSC 

3738B-2 JUN81 WO SER 90141 & BELOW. IMPR TO ENSURE FAST LOCK-UP IN TRACKING MODE 
SERV MAN MAY73 03739-95000 AUG80 63739-95025. 8L 01 14 01 


MAN CHANGE OCT78 03739-95000 
sony NOTE SET BELOW OcT85 
9An1 FEB74 WO SER BELOW 1317U00116.VAR IN Y16 OSCILLATOR OUTPUT POWER 


sy39nc2 APR75 WA SER BELOW 1515U-00156.MOD TO REMOVE UNWANTED FM FROM 70 MHZ OUTPUT 
3739A-3 MARSO WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) 
3739A-4 MAY85 WN SER 1849000206 & BELOW.PREF REPL FOR YIG 


OPER & SERV MAN JUL80 03730-90000 


AUG8O 03730-90025 8L 01 14 03 
OPER. NOTE. MAR8O 03730-90001 


JUN8O 03730-90026 8L 01 14 01 


OPER & SERV MAN SEP82 03730-90002 JANS3. 03730-90027. 8L 01 14 03 
MAN CHANGE NOV82 03730-90002 
_ OPER NOTE NOV82 03730-90003 FES*2 03730-90028 8L 01 14 01 
SERV NOTE SET BELOW JULES 
37388-0 JAN8S = SER NOTE. INDEX 
373981 JUN81 WO SER 00141 & BELOW. IMPR TO ENSURE FAST LOCK-UP IN TRACKING MODE 
OPER & SERV MAN FEB?77 03743-90000 NOV78 03743-90025 -8L 01 14 01 
MAN CHANGE MAY78 03743-90000 
SERV NOTE SET BELOW JUL85 x 
3743A-0 JAN85. = SER NOTE INDEX 
3743A-1 MAR79 WO SER BELOW 17340-00101. REC FIELD REPL. OF A2MC1 
OPER & SERV MAN FEB7? 03743-90000 NOV78 03743-90025 8L 01 14 01 
MAN CHANGE MAY78 03743-90000 
OPER & SERV MAN - FEB77 03743-90000 NOV78 03743-90025 8L 01.14 01 : 
MAN CHANGE MAY78 03743-90000 


PAGE pice 


H/C PART FICHE FICHE PART Pp D P 


LITERATURE. H/C 
TYPE DATE NUMBER DATE NUMBER) LL 
aik DESCRIPTION whe DESCRIPTION tex “DESCRIPTION ikke DESCRIPTION wick DESCRIPTION ick 


DEC74 03744-90000 
JUN7? 03744-90000 


APR81 . 
MAR8O WO ALL SER.PREF  RELP FOR “NPN TRANS. “cyasa-0071) 
~JANB1 WA wh SER 2009u00226 t BELOW.MOD- TO CORRECT BLOWING LINE FUSE WHEN INSTR OPERD ‘ON toov OR 


BERT 03744-90025 BL 01 4 02. 


CONT'D 


SERV MAN “DEC77 03745-90005 MARTA 03745-9nntn« aom i AO ike 378k “ETCUE  NRzAR CORATA 


11/08/85 
MODEL 
NUMBER 


37814 


3781A-001 
-3781A-002 


37818 


| 3782A 


3782A-001 
3782A-002 
-3782a-061 
3782A-062 
37828 


11/08/85 
MODEL. 
NUMBER 


(37828 


‘| 37830 


3781A-061 
| 3781A-062. 


C. 


3782B- 


2 ee ae el 


11/08/85 
| MODEL 
NURBER 


S746A 


‘3745A 


3745A/8 


NUMBER 


ST5A/8 


19/08/85 


0. 


OPER & SERV MAN: 


MAN CHANGE. 


MAN CHANGE 


SERV NOTE ser BELOW 
3744A~} 


37AAA~2 
“CONT'D 


SERV MAN 
OPER MAN 


MAN: CHANGE 


“SERV NOTE. SET BELOW 


S745A/8-1 
3745A/B-2 


3745A/B~6A 
'S745A/B-7 


*- 37A5A/8-8 


3745A/8-9 
“3745A4/8-10 
3745A/B-11A 


co 
3745A/B~156 
3745A/B~16 

CONTD 
S745A/3~17 
3745A/B-18D 


3745A/B-24 
3745A/8-25A 
3745A/B-26 
3745A/B-28 
3745A/B-29 
3745A/B-30D 


“ 3745A/8-31 


0 
C 


3745A/B-32A 


3745A/8-36 
3745A/B-37 
CONTD 
3745A/B-38A 
3745A/B-39 


LITERATURE 
TYPE 


3745A/8-40 


LITERATURE 
TYPE 


-OCT8O WO SER 1726U.& BELOW.PREF REPL OF A206 SL2 VTO 
AUG8O WO SER 1645U & BELOW.PREF REPL OF A215 110MHZ FILTER ASSY 


Swe SN! 1 dbadbad 


MAY78 03743-9000 


RV VO Noi TUES OL UE ANS Ue 
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H/C. H/C PART. FICHE FICHE PART M PD P 
DATE NUMBER NUMB 


DATE ER L.-T .VG 
xk DESCRIPTION *** DESCRIPTION ***. DESCRIPTION. kk DESCRIPTION Wik DESCRIPTION Wiek 


DEC74 03744-90000 SEP77 03744-90025 BL 01 14 02 
JUN?77 03744-90000" . 


"APR R81 
MAR8SO WO ALL SER.PREF RELP FOR NPN TRANS (1854-0071) 
JAN81 WA Soe 2009U00226 & BELOW.MOD TO CORRECT BLOWING LINE FUSE WHEN INSTR OPERD ON 100V OR 


-DEC?7 03745-90005 
DEC76: 03745-90006 
SEP80 03745-90006 
AUG78 03745-90009 
4JUN81- 03745-90009 


MAR78 03745-90030* BL 01 14 09 USE 3745A FICHE 03745-90034 — 
_ MAY82: 03745-90031. 8L 01 14.03 SEE TITLE PAGE FOR OPTIONS. COVERED 


MAY62 03745-90034 8L 01 14 10 SEE TITLE PAGE FOR OPTIONS COVERED 


PRB 
AUG76 WA SER BELOW 16090" MOD TO LIMIT PWR DISSIPATED IN LDSPKR.SER BELOW 1548U:LDSPKR REPL 


» SAN?7 WA SER BELOW 1645U.MOD TO STOP INCORREC PHASE JITTER READINGS IN PRESENCE OF NOISE 


DEC76 WA SER BELOW 1645U.MOD TO. IMPR PEFORM 

FEB79 WA SER 1607U & BELOW.HP-IB SYS OPERATIONAL ERRORS & CONTROL HANGUPS 

- NOT AVAILABLE 

APR?77 WA SER BELOW 1647U.REC MOD TO IMPR OPER OF +5.2V POWER SUPPLY 

JAN7? WN ALL SER.TRBLSHTG & ADJ PROC FOR XY DRIVER ASSY A601 03745-66001 

MAR?? WO SER BELOW 1609U.REPL A107 CPU I/O ASY 

APR7? WA SER BELOW 1538U.PROC OF PROC FILTER-CONTROL OUTPUTS 

MAY?? WA SER BELOW 1715U.RED OF 10MHZ & 20MHZ SPURIOUS SIG WHEN USING paoeeA ACTIVE PRBE ACC 

JUN77 WA SER BELOW 1720U.MOD TO PREVENT LOSS OF KEYBOARD/HP~IB CONTROL 

JUN77 WO SER BELOW 1720U.PREFERRED REPLACEMENT OF CORD-WRAP FEET 

OCT8O WN ALL SER.INSTAL OF OPT 040 

JUL79 WA SER BETWEEN 1609U & i720U & ALL INSTR WHICH HAVE BEEN MOD PER SERV NOTE 3745A/B-4D. 
MOD TO IMPR HP-IB CABLE CONFIG IN REMOTE SYSTEMS. 

APR81 WN ALL SER.INSTALL INSTRUCT FOR OPT 021 CCITT WEIGHTED FILTER & PHASE JITTER 

MAY78 WA SER BETWEEN 1607U & 1726U.CLARIFICATION OF LOW OUTPUT LEVEL FM 3745B BALANCED AUDIO 

OUTPUT & PREF REPL OF A300T1 

MAY7& WA SER 1726U : BELOW.MOD TO PREVENT ILLEGAL STATE OF INPUT ATTEN LOGIC 

AUG8O WN SER 1812U & BELOW.REC RETROFIT KIT FOR 5OHZ SPEC OPT HO7 

OCT7& WO SER 1815U & UP.PREF REPL OF A109 ROM1 

NOVS2 WN SER 1812U & BELOW.REC RETROFIT KIT FOR SPEC OPTS H15/H16 THAT OPER IN CONJ WITH HO7 

OCT78 WO SER 1815U.IMPROV IN LOW FREQ NOISE FLOOR 

NOV80 WO 3745A SER 1815U-1916U;3745B SER 1815U-1908U. PREF REPL. OF ROM4 mg A109 CPU MEM ASSY 

OCT79 WO SER 1815U,1831U,1836U.PREV OF POSSIBLE REMOTE START-UP PROBLEM 

DEC78. WN SER 1312U & SELOW.REC RETROFIT KIT FOR SPEC OPT H14. 

MAR79 WO ALL SER.REC REPL OF 256-BIT SHIFT REGISTERS ON XY DRIVER A601 

JAN79 WA SER Sig 1815U & 1844U.XY DRIVER (OPT 040) WIRE HARNESS MOD. 

MAY79 WO SER 1908U & BELOW.REC PROC TO SUPPRESS 10MHZ & 20MHZ% SPURIOUS SIGNALS - 

MAY79 WA SER 1908U & BELOW (OPT 050,H15 & H29).MOD TO IMPR PERF OF A109 MEMORY ASSY 

OCTS2 WO 3745A:SER 2032U & BELOW;37458:SER 2030U & BELOW.PREF REPL OF A109 MEM ASSY 


~SEP79 WO 3745A SER BELOW 193000347 & 37458 SER BELOW 1924U00201.PREF REPL OF CAP A311C3 


OCT79 WO 3745A SER BELOW 1930U00362 & 37458 SER BELOW 1924U00210.PREF REPL OF IC A2111C6 
NOV79 WO SER 1812U & BELOW.PREF REPL OF ASSYS A108/A109 

FEB80 WA SER 1930U & BELOW.MOD TO PREVEXT ERRONEOUS LEVEL MEASMTS USING A301 NOTCH FILTER 
FEB80 WN ALL SER.INSTRUCT ON HOW TO SELEC} CCITT PLANS DURING REMOTE HP~IB. OPER 

FEB80 WA SER. 1930U & BELOW.MOD TO PREVENT ERRONEOUS LEVEL MEASMTS USING 2. SKN FILTER 
AUGBO WO S745A:SER 1930U & BELOW;3745B:SER 1924 & BELOW.MOD TO IMPROVE SUPPRESS OF LINE 


RADIATED RFI al 


OCT8O WO ALL SER.PREF REPL OF VARACTOR DIODE 0122-0059 
AUG8O WO SER 7532U & BELOW.PREF REPL OF A108 CPU ASSY 
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H/C H/C. PART FICHE . FICHE PART M PD 
DATE NUMBER DATE NUMBER LTV 
wee DESCRIPTION. **% DESCRIPTION kh DESCRIPTION ReK DESCRIPTION. tek DESCRIPTION wik 


AUG8O WO SER 1748U & BELOW.PREF REPL OF A2G2 REF FRE@ ASSY 
AUG8O WO. SER 1726U & BELOW.PREF REPL OF A203 N3 PROSRARIMSLE DIVIDER 


AUGBO WO SER 1645U & BELOW.PREF REPL OF A216 10MHZ FILTER ASSY _ 
OCT8O WO SER 1715U & BELOW. PREF REPL OF ASO2 REGULATOR ASSY 
AUG8O WO SER 1930U & BELOW.PREF REPL OF A601 XY DRIVER ASSY 
AUG8O WO ALL SER.PREF REPL OF PHASE LOCK LOOP IC 1826-0407 

L SER-PREF -REPL FOR NPN TRANSISTOR 1854-0071 


AL 
MAVAN UA WAKA CED BNWiAHE 


11/08/85 
. MODEL 
NUMBER 


37828 
3783A 


3783a-001 


~S7B5A 


3785B 


3790A 


14/08/85 
‘MODEL 
NUMGER 


3790A 


37828-1 


SERV Mi 
MAN CHI 
OPER Mi 
SERV NC 
3783A-" 


S783 A~ 


SERV Mi 
MAN CHI 
OPER Mi 


OPER Mi 


3785A~ 


SERV Mi 


-37858-" 
SERV Mi 


MAN CHI 
OPER II 


SERV NG 


~~ 3790a-2 


3790A-3 


3790A"4 
| 


- 3790A-8 


11/08/85 | 
MODEL. 
NUMBER 


| 3765A/8 


3747A/8 


m4 
| 11/08/85 
MODEL n) 
NUMBER ot 
3747A/8 


3745A/B-39__ 


LITERATURE 
TYPE 


“3745A/8-40 


37454/B-50 


- B745A75~-52/ 


3747A/8-23 
3745A/8-53 


SERV MAN 
OPER MAN 
‘MAN. CHANGE 


~ SERV. MAN 
MAN: CHANGE 


OPER MAN 
SERV MAN 
OPER MAN 


J 
~ SERV NOTE SET BELOW 
3746A-0 J 


3746A-1 
3746A-2B 


3746A-13A 
“STA6A-14 
3746A-15 


OPER MAN. 
MAN CHANGE 
SERV MAN 
MAN CHANGE 


_ SERV NOTE SET BELOW 
 SPA7A/8=1 


3°47A/B~2 
378 7A/B-3A 


3747A/8-6A 


- LITERATURE 
TYPE 


37474/8-78 
S747A/B-8A 
S747 A/B-9... 


~ 3747A/B-10 


S&T A/B-141 


“B7ATA/B~12A 
B747A/B8-13 
CONT'D 


- 3747A/B-14 


 B7A7A/B-15 


CONT'D 


. JUL79 03747-90005 


AUG8O WO SER 1532U & BELOW.PREF REPL OF A10& CPU ASSY 


Hee i H/C ot FICHE FICHE EAR. M POD 3 
DATE NUMBER DATE NUMBE LT V 
kkk DESCRIPTION ake DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION #e* DESCRIPTION kk - 


AUG8O WO 1748U & BELOW.PREF REPL OF A202 REF FRE@ ASSY 
1726U & BELOW.PREF REPL OF A203 N3 PROGRAMMABLE DIVIDER: 
1726U & BELOW.PREF REPL.OF A206 SL2 VTO.A 
1645U & BELOW.PREF REPL OF A215 110MHZ FILTER ASSY 
1645U & BELOW.PREF REPL OF A216 10MHZ FILTER ASSY 
1715U. & BELOW.PREF REPL OF A502 REGULATOR ASSY 
1930U & BELOW.PREF REPL OF AGO1 X-Y DRIVER ASSY 
SER.PREF REPL OF PHASE LOCK LOOP IC 1826-0407 
O ALL SER.PREF REPL FOR NPN TRANSISTOR 1854-0071 
ribs er ree 2032U00407 & BELOW;37456 SER 2030000237 & BELOW.MOD TO ELIM YAR IN PROGRAM 
ATTEN 
ALL SER. PREF REPL OF OPT 050 ROM 5090-0805 
ALL SER.3745A/B SEMI~AUTOMATIC PERF CHECK USING TAPE CART 03745-18003 


ALL SER.PREF REPL FOR A200E1 10MHZ MASTER OSCILLATOR 


03745-90005 MAR78 03745-90030* 81 01 14 09 USE 3745B FICHE 03745-90034 | 
ae aeroncas MAY&2 03745-90032 8L 01 14 03 SEE TITLE PAGE FOR OPTIONS COVERED 
03745-90009 MAY82 03745-90034 SL 01 174 10 SEE TITLE PASE FOR OPTIONS COVERED 
03745-96009 
03746-90004 APR82 03746-90026* 8L 01 ‘ O03 USE 3746A FICHE 03746-90028 
03746-90002 JUN84 03746-90027 8L 01 14°07 
03476-90003 SEP84 03746-90028 8L 01 14 03 
ocT85 
NOTE INDEX 
SER.PREF REPL FOR A5Q1,@3.Q5, &A10Q2,04,05 
SER.10MHZ PRECISION FREQ REF. ASSY (OPT 014) RETROFIT KIT 
SER.RETROFIT PROC FOR OPT 015/016 realest Ty ASRMENT 
SER.RETROFIT PROC,FOR OPT 012 = TRACKING 
L SER RETROFIT PROC.FOR OPT 011 ~ GROUP FILTER 
2250000332 & BELOW.PREF REPL FOR IC A22U16 
SER.PREF REPL. FOR A68 BUS TRANSFER 
2320U00371 & BELOW.PREF REPL FOR CAP C3 TO PREV IRREGULAR RESETS OF PROCESSOR 
SER.PREF REPL FOR DIODE CR3 
OPT 013. INST.PREF REPL FCR A41E1 
SER. WHERE THE PROTECT FUSES ARE LOCATED 
2320U00372 & BELOW.PREF REPL FOR RESISTOR A1R32 
2314U00352 & BELOW.RETROFIT HIGH I.EVEL SEARCH (HOT TONE) FACILITY 
ALL SERsPREF REPL FOR A41E1. CRYSTAL OSCIL 
MAR85 2410U00602 & BELOW. ZNSPECTION OF CIR BETWEEN MOTHERBD & CASTING 


NOV77 03747-90001 MAY82 03747-90026 8L 01 14 03 SEE TITLE PAGE FOR OPTIONS COVERED 
SEP80 03747-90001 é 

MAY82 03747-90030 81 01 14 10 SEE TITLE PAGE FOR OPTIONS COVERED 
OCT81 03747-90005 


: ocTss 
OCT73 WO SER 1819U & BELOW. IMPROVEMENT IN LOW FREQ NOISE FLOOR. 
OCT78 WO SER 1834U & BELOW. PREVENT OF POSSIBLE REMOTE START-UP PROB. 
NOV79 WA SER 1804U & BELOW.REC MOD TO ?OMHZ XTAL FILTER ASS‘. 


FEB80 WO 3747A SER 193GU & BELOW;3747B8. SER 7924U & BELOW.PREF REPL OF ROM4 GN aia CPU MEM AS 


JAN79 WA SER BETWEEN 1809U & 1908U.XY DRIVER (OPT 040) WIRE HARNESS MOD. 
SEP79 WO SER 19240 & BELOW.PREF REPL OF CAP A319A1C2 


H/C “A/C PART FICHE 


FICHE PART =H P D P 
DATE NU 


NUM DATE MBER LT 
ak DESCRIPTION *** DESCRIPTION ake DESCRIPTION Ree DESCRIPTION wick DESCRIPTION tock 


SEP79 WO SER BELOW 1916U.PREF REPL OF 256-81T SHITT REGISTERS ON KY DRIVER net 


FEB83. WN SER 2030U & BELOW.PREF REPL OF MEM ASSY 
SEP79 WO S | 1915U00129 & BELOW.MOD TO PREVENT UNSTABLE INPUT AUTORANGING 
SEP79 WO 5.47A SER BELOW 1924U00139. & 37478 SER BELOW 1924U0011% PREF REPL OF CAP A311¢3 


 SEPTY hi 37478 SER BELOW 1924000139 / 37476 SER BELOW 7924UN011{|.PREF REPL OF IC A211IC6. 


APRE1 We ALL SER.INSTALL OF OPT O22 TO FACILITATE. C-MESSAGE WEZCHTED FILTER & PHASE JITTER 


S FEB8O WA ite SER 1950U & BELOW;37478 SER 1924U & BELOW. MOD TO PREVENT. ERRON. LEVEL MEASMTS : 


SING A301 NOTCH FILTER . 


- FEB8O. ¥N S7AT7A ALL SER. INSTRUCT ON HOW TO SELECT CCITT PLANS. DURING REMOTE HP-1. OPER 
FEBBO WA ara SER 1950U & BELOW;37478 SER ‘1924U & BELOW. MOD 70 PREVENT -ERRON LEVEL MEASMTS 


SING 2.5KHZ FILTER 


‘PAGE 164 


PAGE 165 . 


11/08/85 
MODEL 
NUMBER 


3790A 


3791A 


37918 


3792A 


1 3793A 


37938 


11/08/85 
MODEL 
NUMGER 


37938 


3800 


ous 


OPER IN 


0 LIT 
C 


SERV NOT 


3790A-9 
SYSTEM S 
MAN CHAN 
OPER INS 
SERV HAN 
MAN CHAN 
“SERV NOT 
3791A-1 
3791A-2 
3791A-3 
3791 k-4 
3791-5 
B91 a6. 


SERV MAN 


37918-3 
SYSTEM S 


- CONTD 
3792A-5 


SYSTEM. S 
MAN CHAN 
OPER INS 
SERV MAN 
MAN. CHAN 
SERV. NOT 
3793A~1 


SERV MAN 
MAN CHAN 


0 LITE 
C ey 


SYST SERV 
‘SERV ‘NOTE 


-3793B-5. 


OPER MAN 


“ SERV MAN: 


MAN. CHANGE 


3754A-001 | OPER & SERV MAN 
MAN CHANGE. 


3755A OPER & SERV MAN 
MAN CHANGE 


3755A-001.. «OPER & SERV MAN 


MAY81 03754-90000 


MAR?7?. 03754-90000 AUG80 93754-90025 8L 01 14 02 
MAR80 03754-90600 


MAR7?. 03755-90000 NOV78 03755-90025 81°91 14 03 
_MAY?78 03755-90000 


MAR77 03755-90000 NOV78 03755-90025 8L 01 14 03 
MAN CHANGE MAY78 03755-90000 


3755A7002 OPER & SERV MAN —s- MAR7’7.-: 03755-90000 NOV78 &37S5-90025 8L 01.14 03 
MAN CHANGE MAY78 03755-90000 


3755A-003. OPER & SERV MAN 


MAR77 03755-90000 - NOV78 03755-90025 8L 01 14 03 


Ls : 3 
| 19/08/85. - 7 ae PAGE 165 
MODEL Q LITERATURE H/C. H/C. PART FICHE FICHE PART. r P c E : 
NUMBER Oe zs CYPE DATE NUMBER DATE NUMBER LT 
ce ; _. B&& DESCRIPTION *** DESCRIPTION *** DESCRIPTION wk DESCRIPTION *** DESCRIPTION ie 
ST47A/8 3747A/B-78. SEP79. WO SER BELOW 1916U.PREF REPL OF 256-B1T SHIFT REGISTERS ON uy DRIVER A601 | 
j ee 3747A/B=8A FEG83 WN SER 2030uU & Spo abled REPL OF. MEM ASSY A109 
| : : , SCATA/B-9 SEP79 WO S"”1915U00129 & BELOW.MOD TO PREVENT UNSTABLE INPUT AUTORANGING 
; 3747A/8-10, SEP79 WO = STA SER BELOW 1924000139 & 37478. SER BELOW 1924U0011%.PREF REPL OF CAP A311C3. 
3747A/B-11 SEP79 uO 3747A SER BELOW 192400139 / 37476 SER GELOW 74924UN011{).PREF REPL OF IC A211IC6 
; ; S747A/B-12A “ APR81 WH ALL SERSINSTALL OF OPT 022 TO FACILITATE S-MESSAGE WEZCHTED FILTER & PHASE JITTER 
3747A/B=13 | FES80 WA 3747A SER 1950U & BELOW;3747B SER 1924U & BELOW.MOD TO PREVENT ERRON LEVEL MEASMTS . 
CONT'D . Re USING A301 NOTCH FILTER 
 S74&7A/8-14 : FEBS8O HN 3747A ALL SER. INSTRUCT ON HOW TO SELECT CCITT PLANS DURING REMOTE HP-I8 OPER 
app rales . ’ FEBSO WA SERTR SER, a0 & ELAN AT S78 SER 1924U & BELOW.MOD TO PREVENT ERRON LEVEL MEASMTS 
N ; car ING 2. ZF 
araraee le oe FEB8O WO weer SER ‘924b0040 & BELOW;3747B SER 1924U00115 & BELOW. IMPR IN SUPP OF LINE 
R . 
ST4TA/B-17 ; AUGBO WO PeeAsses ]z50u § BELOW;3747B:SER 19240 & BELOW. MOD TO ELIM EXCESSIVE SPUR: SIGNALS 
: FM z A 
3787 A/8-18A ‘OCT8O. WO ALL SER.PREF REPL OF VARACTOR DIODE 0122-0059 
3747A/B8~19 » AUGBO. WO. ALL SER. PREF REPL OF PHASE. LOCK LGOP IC 1826-0407 
3747A/8-20 vo. JAN81, WO ALL SER. PERF REPL FOR NPN TRANSISTOR 
37A7A/B-21. JAN81, WN ALL SER.INSTALL INSTRUCT FOR X-Y RECORDER OR CRT DISPLAY OPT 040 
“ 3TA7A/B=22 i JAN81. WO SER 1924U & BELOW.PREF. REPL OF A6G1 X-Y DRIVER ASSY ; 
eel ae . JAN81 WN ALL SER.3745A/B SEMI-AUTOMATIC PERF CHECK USING TAPE CART 03745-18003 
~  BPaTA1B= : 
» BVATA/B~24 NOV80 WO 3747A SER 2030U00173 & BELOW;37478 SER 2036U00126 & BELOW. MOD TO ELIM VARIATION IN. 
CONT'D . PROGRAMMABLE ATTEN STEPS 
3747A/B-25B.. APR85. WA SER 2143U00136 & BELOW.A35 BROADBAND PWR DETECTOR 
3747A/B~26 OCT82 WO ALL. SER.PREF REPL FOR A20QE1 10OMHZ MASTER OSCIL 
Brera (Bre! MAR8&3. WO gt he Fee 2742U00028 & BELOW;37476:SER. 2143U00146 & BELOW.MOD. TO IMPROV NOISE FLOOR 
A 
F . 376 7A/B=28 MAY83. WO ALL SER PREF REPL. FOK A2O3IC1 OR A2O2A2KC2 
37478 OPER MAN DEC77 03747-90003. — MAY82_ 03747-90028 8L 01°14 03 
| : MAN CHANGE SEP80 03747-90003 
, \ SERV MAN... JUL79. 03747-90005 MAY82 03747-90550 8L 01 14 10 SEE TITLE PAGE FOR OPTIONS COVERED 
i. oes MAN CHANGE OCT81 03747-90005 
375A OPER NOTE APR68 00375-90002 —  AUG70 00375-90003 01 04 01 
37500, OPER NOTE OCT70 03750-95000 —— APR8S 03750-95025 8L 01 14 01 
‘37548, OPER & SERV MAN MAR77_03754-90000 . MAY82 03754-90025 8L 01 14 02 SEE TITLE PAGE FOR OPTIONS COVERED 


11/08/85 
MODEL 
NUMBER. 


37938 


38004 . 


38008 


3801A 


3801A/8 


38018. 


| 3805A 


38108 
382A 


3820A 


393A 


394A 


LITER 
“TY 
SYST SERV 
SERV NOTE. 
37 


37938-5 
OPER MAN 


~SERV MAN 


OPER MAN 
OPER MAN 
SERV MAN 


OPER HAN 
SERV MAN 


SERV NOTE | 
3801A/B-1 


» BBO1A/Be2 | 


3801A/B8-3 
3801A/8-4 
3801A/B-5A 
3801A/8+6° 
SR01A/B~7 


 B391A/B°8 


3801A/B-9 
3801A/810 


OPER MAN 


OPER MAN 
~ SERV MAN 


"OPER MAN 
“OPER MAN: 


“SERV TIAN 


OPER NOTE 
OPER & SER' 
OPER & SER' 
SERV NOTE | 
3B2A-1C 
382A-2F 


SERV MAN 
MAN. CHANGE 


OPER NOTE 
MAN . CHANGE 


OPER NOTE 
OPER & SER' 
SERV NOTE | 


ESCRIPTION #* 
\NALYZER 


0051/61 
0052 


~ 
J44 &2 


192900195 & 


A00206 & BELOW. 


3566'S AUTO 


0051/61 
0052 


10062 


0051/61 
052 


10062 
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11/08/85 
ie MPEER 


3755-003 
3755A-004 


3755A-005 
37S55A~-006 
3756A 


37S7A 


3757A-005 


3757A-200 


3760A 


3760A OPTS 
3761A 


37614-3 | 
_ 3760A-7/3761A-4 
1/5) 5 meee 


LITERATURE 
TYPE 


MAN CHANGE 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHARGE 


OPER .& SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 

MAN CHANGE 
SERV NOTE SET BELOW 
3757A-0 


3757A-1 
CONTD 


OPER.& SERV MAN 
MAN CHANGE 


OPER & SERV HAN | 


MAN CHANGE. 


SERV MAN 
MAN CHANGE 


~ OPER MAN 
SERV aye SET BELOW 


3760A~6 
StSOK-7/37614-4 
3760A 


7eDA-5 


3760A-10 
3760A-11 


SUPP SERV MAN 


OPER MAN 
MAN CHANGE: © 


MAY78 03755-90000 


'- APR78 03756-90000 MAY&2 03756-90025 8L 01 14.02 


APR75. WA SER BELOW 1515U-00231.CHANGES TO A25 & A25S ASSY FOR C APATIBILITY WITH FIXED CLOCKS 


~ JUL74 03761-95000 NOV7E 03761-95025 8L o 4 05 
APRT4 WO SER BELOW 1349U.PREF REPL FOR AS2C1 & A43C1 
_MAR7S $A SER BELOW 1446U-00191.PREF REPL FOR ASIC] & AS1CS 


MAY75 WN SER BELOW 1440U-00181.RETROFITTING 0.001-1.5 MEGABITS/ SEC CAPABILITY 
. AUGTS: WN BIEL REPL: OF A2O & A217 ASSY. 


AETERERBLCE! EERASEEGEE 
BUEMRESQSEA2UGECNUNSAUECHRERAEESOANIE 
RURSSCHUAUSGERERGARDRERARSRRERRRGOREL 
Speccparbe aercaee nears israimas 

| | | | 
tee 4 

Eon G 6 a 

tl en ie oe ie ee | 
i or re 

ie ee ee ee ee | 

| | | ee IL | 
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H/C H/C PART FICHE FICHE PART M P OD P 
DATE NUMBER DATE NUMBER 


L TV 
eke DESCRIPTION *** DESCRIPTION #2% DESCRIPTION ake DESCRIPTION REE, DESCRIPTION tek 
MAY78 03755-90000 NOVv78 03755-90025. 8. 01 14 03 


MAR7? 03755-96000, NOV78 03755-90025 8L 01 14 03 
MAY78 03755-90000 


MAR77 03755-90000 NOV78 03755-90025...8L 01.14 63° 


MAR77 03755-90000 NOV78 03755-90025 8L 01 14 03 
MAY78 03755-90000 


MAY81 03756-90000 


SEP78 03757-90000 - WAY82 03757-90025. BL 01°14 02 
AUG81 03757-90000 ita 


J 

JAN85 =~ SER NOTE INDi:X 

OCT8O WA SER 1948U00230 & BELOW.MOD TO ALLOW ROPER OP WHEN 2.0R MORE INSTR ARE CASCADED Re 
CONTROL PATH IS VIA COAX CABLE 


SEP78 03757-90000 MAY82 03757-90025 8L 01 14 02 
AYG81 03757-90000 


SEP78 03757-90000 MAY&2 03757-90025 8L 01.14 02 
AUGS! 03757-90000 


NOV73. 03760-95000 NOV78 03760-95025 8L 01 14 04 
NOV7?7 03760-95000 
JUN73 03766-95602 - JAN?6 03760-95027 8L 01 14 01 


APR79 
- NOT. AVAILABLE 
FAY76 WA SER BELOW 1439U-00196.PREF REPL FOR KORD SWITCH INDICATOR LAMPS 2140-0374 
JAN7S KA SER BELOW 1347U-00156.MOD TQ STOP A43L1 & A43L2 FROM SHONTIN 
JAN7S: WA SER SELOW. 1416U-00166.REPL OF A28R3 & A38R3 
JAN7S MN SER BELOW 1439U-00186.MAN TRIGGER ZMPUTS FOR 03760-70925. (A25) ASSEMBLY 


MAY7S WN SER BELOW 1439-00186 -RETROFITTING 0.001-1. 5 NEGABITS/SEC CAPABILITY 
- WOT AVAILABLE 

AUG75 Wid FLD REPL OF A25 CLK INPT AMPLFR. ASSY 

OEC77 WA SER BELOW 1744U00351.MOD TO IMPROVE -5.2KY PWR SUPPLY ASSY 

JAN79 WA SER 1744U00356 TO 1744U00394.REC MOD TO DATA DELAY SWITCHING. 


JAN76 03760-95004 “PEC76 23760-95029 8L 01 14 02 


JUN73. 03760-95002 JAN76. 03760-95027. 8L 01 14 01 
APR?75 03760-95002 


~MAR78 05761-95000 
OcT78 


MAR75 WA SEK BELOW 1447U-00200.mMOD To €i1M EXCESSIVE MISMATCH RINGING . 


051/61 
052 


062 
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SCRIPTION *#** 


3590 SER BELOW 0 


3590 SER BELOW 


UTPUT DAMPING 


SHEEP OUTPUT 


GH CR13 


3760A OF YS 


S761A 


41/08/85 
MODEL 


NUMBER 
“376A 


; 3762A 


37624~801 


3762A-907 


3762-908 
3762-909 


| 37624-910 


3763A 


- 3763A-801 


3763A-907 
3763-908 


~| 3763a-909 
3763A-910 
| S764A 


we EOL FP EN OD, 


- 3760A-8 


3760A-9 
3760A~10 | 
3760-11 


SUPP SERV MAN 


OPER MAN 
MAN CHANGE 
SERV HAN 

MAN CHANGE 


3761A-3 
3760K-7/3761A-4 


LITERATURE 
TYPE 


OPER. MAN 
OPER MAN 


OPER MAN 

SERV MAN 

MAN. CHANGE 

SERV NOTE SET BELOW 
763A71 


M 
SERV ee SET BELOW 


AUN PE 


AUG75 Wi FLD REPL OF A25 cLK INPT AMPLFR ASSY 

DEC77 WA SER BELOW 1744U00351.MOD TO IMPROVE -5.2KV PWR SUPPLY ASSY 
JAN79 WA SER W74AUNNS56 © To 1744U00394. REC MOD TO DATA acre SWITCHING. 
JAN76 03760-95004. - DECT6 03760-95029 8L 01.14 02. 

JUN73 03760-95002 “JAN76 03760-95027 BL 01 14 01 

APR75 03760-95002 - ; = 

JUL74 03761-95000 NOV7E 03761-95025 8L 01 14 05 


AUG75 


H/C 


oe ONT SER SELVA IPI FUTUUIOOC MEI RUPS FINS Meera 2 REGABLIo/Stl eenotees 


. 05767-95000 


WOT AVAILABLE. 


OCcT78. 
WO SER BELOW 1349U. PREF REPL. FOR A42C1 & AS3C1 on 
wA SER BELOW 1446U-00191.PREF REPL FOR ASTCT & A41C5 
WA SER BELOW 1447U-00200.mMOD To LIM EXCESSIVE MISMATCH RINGING 
WN SER BELOW 1440U-00181.RETROFITTING 0.001-1.5 MEGABITS/SEC CAPABILITY 
WN FIELD REPL. OF A2O0 & A217 ASSY 


< Le PAGE 167 oS 
H/C PART. FICHE. - FICHE PART M PD P 


SEP77 03762-90001 
SEP77 03762-90061 
SEP7? 03762-90001 


OCT7? 03762-90026 
OCT77 03762-90026 
OCT7? 03762-90026 


01 
01 
8L 01 14 02 


DATE NUMBER DATE NUMBER. L TV 
kik DESCRIPTION kk DESCRIPTION tick DESCRIPTION. tik DESCRIPTION tik, DESCRIPTION eke 
3761A-68 OCT77 WO SER BELOW 1707U-00306.MOD TO OBTAIN CLOCK & DATA PHASING LAMP ON WITH 150MB/S NRZ 
CONTD DATA IMPUT 
OPER MAN SEP77: 03762-90001 OCT77 03762-90026 8L 01 14 02 PoP 39648 
SERV spies MARBO: 03762-90006 MAY82 03762-90031 8L 01 14 06 SEE TITLE PAGE FOR OPTIONS COVERED 
MAN. C JAN82 03762-90006 
SERV NOTES SET BELOW JULES 
- 3762A-0 JAN85. = SER NOTE: INDEX 
3762A-1 JAN78 WO SER BELOW 1738U00140.mM0D TO IMPROVE PERFORMANCE 
3762A-2 APR78 WO SER BELOW 1812U-00156.REC MOD TO REDUCE SUSCEP OF 3762A TO CONDCD LINE INTERFERENCE 
3762A-3 OCT89 WA SER BELOW 1812U00421 (OPT 201,202,330).MOD TO ELIM INCORRECT ERROR RATE ON TERNARY 
CONT DATA OUTPUT 
3762A-4 OCT81 WO ALL SER REPL FOR LINE INPUT THERMISTOR 
3762a-5 OCT8O WO SER 21424 & BELOW.REPL FOR LINE INPUT THERISTOR 
3762A-6 NOV83 WO ALL SER.WHERE THE PROTECT FUSES ARE LOCATED 
3762A-7 JANS4 WO ALL SER.PREV OF SUBSEQUENT PWR SUPPLY FAILURE 
OPER MAN SEP77 03762-90001 OCT?77 03762-90026 8L 01 14 02 
OPER MAN SEP77 03762-90001 OCT77 03762-90026 8L 01 14 02 
OPER MAN SEP77 03762-90001 OCT?7 03762-90026 8k 01 14 02 


ocTso 
JANG2 


OcT?7 
APR78 
FEB8O 
ocTs0 
ocT80 
JUNS2 


~ JUNES 


3763A-10 


RZ63A-11 


OPER MAN 
OPER MAN 


OPER MAN 


OPER MAN: 
OPER MAN 
SERV MAN 


JANS4 


JANBE W 


DECS3 
JANB5 


SEP?77: 
SEP77 


SEP77 
SEP77 


_SEP?7 


APR84 


03763-90007 


MAY82. 03763-90032 8L 01.14 06 SEE TITLE PAGE FOR OPTIONS COVERED 
03763-90007 


O°TES 


ALL SER.MOD 1% ELIM SPURIOUS PRNTG WHEN 3763A IS USED WITH 50508, 5055A & 5150A PRNTR S964A- 
SER BELOW 1812U00156.M0D TO REDUCE SUSCEPTBLY OF 3763A TO. CONDUCTED LN INTERFERENCE. 

SER 1947000326 & BELOW.MOD TO IMPR REL OF PWR SUPPLY SWITCHING TRANSISTOR S9S4A- 
ALL SER REPL FOR LINE INPUT THERMISTOR. . poi dt Was 

SER 2150U. & BELOW.REPL FOR LINE INPUT. THERMISTOR. : S96:VA- 
SER 2150000706 & BELOW.ADD OF DELAY. TO ENSURE PRINTER PRINTS LOC TIME & DATA 

SER 2150U00800 & BELOW.PREF REPL FOR ATARCA7 1B 2061759 ,AV4IC27t 1620-2080), 
03763-60114 (TIMER ASSY) | 39688. 
ALL SER.WHERE THE PROTECT FUSES ARE LOCATED 

ALL SER.PREV OF SUBSEQUENT. PWR SUPPLY FAILURE 

ALL: SER.MOD YO. IMPROV: RETURN LOSS: ON CMI INPUT 

OPT 201,202,320.PREF REPL FOR A3Q5 = & A3Q6 


03762-90001 OCT77 03762-90026 aL 01 14 02 

03762-90001 OCT77 03762-90026 81 01 14 02 

03762-90001 ocT77 03762-90026 BL 01 14 02. 

03762-90001 ocT?7 03762-90026 BL 01 14 02 

03762-90001 | OCT77 03762-90026 8L 01 14 02 : ee 
03764-90001 DECBA 03764-90026 BL 01 14 03 USE 3764A FICHE 03764-90028 


ESP OUTPUT 


PAGE 153° 


CRIPTION #He 


ER CERTAIN 


RCUITRY 


CHANNEL 


OUNTING OF 


R13 


37 
Ss COVERED 


30 
33 ; 


3763A-801 
3763A-907 
3763A-908 
3763A-909 
--3763A-910 


3764A 


“41708785 


MODEL 
NUMBER 


| 3764A 


3770A 


44 sna 79 


3763-10 


2763A-11 
OPER MAN 
OPER MAN 


OPER MAN 


OPER MAN 
OPER MAN 
SERV MAN 


LITERATURE 
TYPE 


OPER INFO 
MAN CHANGE 


SERV M 


SERV NOTE SET BELOW 
- 3764a-4 


3764A-12 


SERV. MAN 

MAN CHANGE 

SERV NOTE SET BELOW 
3770A~1 


3770A-10A 
3770A-11 


-3770A-12-S 


3770A-13A 
3770A-14 
3770A-~15A 
3770A-16 
3770A~17A 
CONT'D 
3770A-18 
3770A-19 
3770A-20 
3770A-21 
3770A~22 
377GA-23 
3770A~24 
3770A-25 
3770A~26 
3770A-27 


~ -3770a-28 


3770A-29 


 B770A-20 | 
- B770A-31 
' 3770A-32 


3770A-33 
3770A~34 


Ver VSP TN LSTA Mv i # 
JAN84 WO ALL SER.WHERE. THE PROTECT FUSES ARE LOCATED 
JAN84, WO ALL SER.PREV OF SUBSEQUENT PWR SUPPLY FAILURE 
DECSS WO ALL SER.MOD TO IMPROV RETURN. LOSS ON CMI INPUT 


_SANBS wo CPT ic eae » PREF REPL FOR A3Q5~— -& A3Q6 


SEP77 03762-90001 oct7? 03762-90026 8L 01 14 02 
SEP77 03762-90001 OC T77 03762-90026 &L 01 14 02 


SEP77 03762-90001. = OCT?77 03762-90026 BL 01.714 02 


SEP77 03762-90001 oct?7 03762-90026 SL 01 1% 02 


~SEP?7 03762-90001 OCT7? 03762-90026 8L 01 14 02 


APRB4 03764-90001  DECB4 03764-90026" BL 01 14 03 USE 3764A FICHE 03754-90028 


1 


PAGE 168 


H/C H/C PART FICHE FICHE PART M P DP 
DATE NUMBER DATE NUMBER L oT V6 
wk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *&* DESCRIPTION tek DESCRIPTION ake 


JAN84 03764-90002 JUN84 03764-90027: 8L.01 14 02 
FEB84 03764-90002 
DEC84 03764-90003... aueee 03764-90028 8L 01 14 08 


NOV83 WO ALL SER.WHERE THE PROTECT FUSES ARE LOCATED 

FEB84 WO ALL SER.REMOV PWR BEFORE INSERTT/REMOVNG ASSY 
JUN84 WA SER 2418A00237 & BELOW.MOD TO PREV INCORREC READ OF ANALOGUE AUX INPUT VOLTG : 
JUL84 WA SER 2418A00244 & BELOW.MOD TO PREV IRSORREC AIS & SYNC LOSS MESSAGE-PRINTER/CASSETTE 
APR85 WO SER 2419U00257 & BELOW.MOD TO PROT NON VOLATILE MEMORY “ 
OCTS4 WO SAFETY.SER 2418000246 & BELOW.ELIM OF POT SAFE HAZ 

OCTB& WO SER 2418U00246 & BELOW.REC PROC FOR REPL OF FAN . 

OCT84 WO SER 2418U00246 & BELOW.PROC FOR REPL OF A24 LINE INPUT ASSY 

NOV84. WN SER 2479400536 & BELOW. FIRMWARE REV 

JAN85 WN ALL SER.PRINTER RETROFIT KIT 

MAY85 WN ALL. SER. TAPE CASSETTE RETROFIT KiT 

JUNGS WA SER 2415U00580 & BELOW.OPT 010 TAPE CASSETTE FIRMWARE REV 


JUN75 03770-90000 NOV78 03770-90025 8L 01°14 07 
AU678 03770-90000 


OCT84& ; 
OCT74 WA SER BELOW U-00131.MOD TO CORREC LIMITING OF Y RECORDER OUTPUT 
JUN78 WO SER BELOW U-00483.REC TO INCREASE RECEIVER FREG DISPLAY STABILITY 
OCT74 WA SER BELOW U-00151.MOD TO AVOID INVALID FREQ INDICATION AT SWITCH-ON 
OCT74 WA SER BELOW U-00151.M0D TO ELIM DISTORTION UN. 47.66 HZ MODULATING SIGNAL 
FEB75 WA SER BELOW U-00151.MOD TO STOP CURRENT LIMITING OF POWER SUPPLY 
FEB75 WA SER BELOW U-00285.M0D TO CORREC FALSE READINGS OF FREQ & MEAS LED DISPLAYS 
MAR75 WA SER BELOW U-00215.0VERLOAD CONDT OF D/A ASSY ON 5 KHZ RANGE 
MAR75 WA SER BELOW U-O0215.MOD TO CORREC FAULTY FREQUENCY DISPLAY 
JUL75 WA SER BELOY U~00256.A32. COMPONENT REPL 
APR76 WN SER BELOW (-00256.FRONT PANEL PRTS COMPATABILITY 
JUL7S5 WO SER BELOW U-00151.COMPATABILITY OF FRONT & REAR FRAMES & TOP & BOTTOM COVERS. 
= WA SAFTY.SER BELOW 1539UG0366.ELIMINATION OF POTENTIAL SHOCK HAZARD 
MAR76 WO MOD TO ELIM NOISY VO!.UME CNTR POTENTIOMETER 
= WA SER BELOW 1447U-00356.MOD FOR EASY REMOVAL OF TOP & BOTTOM COVERS 
APR76 WN ALL SER.ATTENUATION DISTORTION SERVICE KITS 
MAY76 WA SER BELOW U-00396.MOD TO IMPR ATTEN DISTORTION PERFORMANCE AT LOW OUTPUT LEVELS 
OCT78 WN SER BELOW 1651U00483.REC TO IMPROVE ATTEN DIST RESPONSE WITH INPUT FREQ WIDELY SEP/ 
PREVENTING OSC ON A31. 
MAY76 WO SER BELOW U-00381.P°REF REPL OF STORAGE COVER 


_ MAY76 WH SER BELOW U-00396.M0D TO ZMPR LO-LEVEL RECIEVER AMPLITUDE MEASUREMENT STABILITY - 


JUN76 WO ALL SER.PREF REPL OF FUSE FOR 230V OPERATION 


“MAY76 WO ALL SER.PREF REPL OF A11R20 & A11R19 


MAY76 WO SER BELOW U-00256.PREF REPL OF A4& RN2,RN3/RNG, & RNS 

JUN76 WN ALL SER»PREF REPL OF HEAT SINKS ON A5/A6 

JUN76 WN SER ABOVE U-00396.PREF. REPL OF VOLTAGE SELECTOR SWITCH A238 

JUN76 WO SER BELOW U-00381.PREF REPL.OF A4CRI-CR10 
SEP76 WO SER BELOW U-00400.MOD TO CORREC BLANKED. DISPLAY CAUSED BY. FAULTY SYNCRONIZATION 
SEP76.WO ALL SER.PREF REPL OF A21Q1 

SEP76 WO ALL SER.PREF REPL OF A21R36 

= WO SER BELOW 0441.PREF REPL OF ATIR3O 

MAR77 WN ALL SERPREF REPL OF A23R5. 

MAR?? WN ALL SER.PREF REPL OF A23C1 & C2 

MAR?? WO SER BELOW U-00430.MOD TO: ENSURE. SENDER ‘MEASUREMENT, FREQ= SLA ON SWITCH-ON 
APR77. WN ALL SER. INCORREC PN OF. POWER SWITCH 


‘JUL77: WN ALL: SER. A39 ASSY. RERLACEREM] 


39688 


11/08/% 
MODE! 


3968-1 


‘| 3968a- 
3968A-1 


4B. 


4S 


14 : 
} COVERED 


50) 
3 


PAGE 154. 


RIPTION. #e 


MBLY 


RR? 


HASE. DISPLAYS 


AY : 
0 AOR4 INTENS 
24MC2,A24MC3 


sW (87). 
ERV NOTE ° 


SA PLUG-IN: 


Sane eeeeeeenecana 
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11/08/85 
MODEL 
‘NUMBER . 


37700 


37708-020 


3771A 


11/08/85 
MODEL 


3770-23 


3770A~24 


"37 70A-25 


3770A-26 
3770-27 
3770A-28 
3770A-29 
3770A-20 
3770A-31 
3770A-32 
3770A-33 
3770A-34 


LITERATURE 
TYPE 


3770A-35 
3 


3770A-38 | 
3770A-39 


3770A-40 


3770A~-41 
3770A-42 


 3770A-43 


3770A~44 


OPER MAN 


OPER MAN 
OPER & SERV ‘MAN 
MAN CHANGE 


37708- 
37708-2 
3770B-3 
37708-4 
37708-5 
37708-6 
CONT'D 
37708-7 
37708-8 
3770B-9 
37708~10 
37708-11 


_ 3770B-12A 


37708-13 
3770B~14A 
37708-15 
37708=16 
37708-17A 
37708-18 
37708-1719 


37 708-30 


SERV NAN SUPP 
OPER & SERV MAN 
MAN CHANGE 


“OPER MAN 


OPER. MAN 
MAN CHANGE 


LITERATURE 


— o 

MAR7? WN ALL 
MAR?7? WN ALL 
MART? WO SER 
APR?77 WN ALL 
JUL77 WN ALL 


H/C PART 
NUMBER DAT! 


SER.PREF REPL OF FUSE FOR 230V OPERATION 
SER.PREF REPL OF A11R20 & A11R19 


. BELOW U-00256.PREF REPL OF A4. RN2,RN3,RN4, & RNS 


SER.PREF REPL OF HEAT SINKS ON AS/A6 


ABOVE U-00396.PREF REPL OF VOLTAGE reacties SWITCH A281 


BELOW U-00381.PREF REPL OF A‘CR1-CR 

BELOW. U-00400.MOD. TO. CORREC BLANKED. DISPLAY CAUSED BY FAULTY SYNCRONIZATION 
SER.PREF REPL OF A21Q1 

SER.PREF REPL OF A21R36 

BELOW 0441.PREF REPL OF A11R30 

SER.PREF REPL OF A23R5. 

SER.PREF REPL OF A23C1 & C2 
BELOW U-00430.MOD TO ENSURE SENDER MEASUREMENT FREQ= SLA ON SWITCH-ON 
SER.INCORREC: PN.OF POWER SWITCH : 

SER.A39 ASSY REPLACEMENT 


FICHE FICHE PA PART M P p P 


E MBE L 
ek DESCRIPTION *** DESCRIPTION kk DESCRIPTION wk DESCRIPTION wire ‘DESCRIPTION wee 


SER.REC REPL P/N OF A1S1C10,1011, 1c14, & C15 

BELOW 1817U00503.PREFERRED REPL FOR LOUDSPEAKER LS1. 

SER.REC RETROFITTING INSTRUCTIONS FOR OPT 001 sl onen SWITCH). 
BELOW 1905U00503.PREF REPL FOR POWER SUPPLY MODULE 

1905U00528 & BELOW.MOD TO IMPROVE A2i 4OKHZ TIMER ADJ RANGE - 
SER.PREF REPL FOR TRANSISTORS ABS SpSch Golde eet Neg 
SER.PREF REPL OF 4-BIT BISTABLE LATCH, PN 1820-0876 

SER.PREF REPL OF 4-LINE TO 10-LINE DECODER 


. SER.PREF REPL OF 16 PIN IC SOCKET P/N: 1200-0767 


MAY76 03770-90011 
MAR81 03770-90019 
MAY7?7 03770-90020 
JUN81 03770-90020 
sito SET BELOW . 


ALL 
SER 
SER 
SER 
SER 


SER.PREF REPL OF ROTARY PULSE GEN §ASSY A3 


JUL?7 03770-90036* 8L 01 14 01 USE 3770B FICHE 03770-90044 
JUL81 03770-90044. 8L 01 14 01 
MAY82 03770-90045 8L 01 14 08 


OCT84 
SER.PREF REPL OF A23RT1 
BELOW U-00116.IMPR OF 3DB CHECK FACILITY AT. LOW OUTPUT LEVELS 
BELOW U-00126.PREF REPL OF A21R36 
BELOW U-00131.MOD TO IMPR NOISY GROUP DELAY PERFORMANCE AT HIGH TEMPERATURE 
BELOW U-00137.MOD TO CORREC AVERAGING TIME OF RMS. DETECTOR (WDT & -TONE MODES) 


SER U-00131 TO U-00151.M0D TO STOP ERRATIC. DISPLAY IN NOISE + TONE MODE WITH cavdialt 
algal = KHZ 


JUNS4 ALL 


APR81 03770-90024 
JUL81 03770-90050 


BELOW U-00156.M0D TO STOP ERRONEGUS IMPULSE NOISE COUNT 

BELOW U-00166.ENSURING ENOUGH RANGE IN A12 RETRANSMISSION ADJUSTMENT 
SER. INCORREC PN OF POWER SWITCH 

SER.A39 ASSY REPLACEMENT 

SER.A13 ASSY.REPLACEMENT 

BELOW U-00246.REC PROC TO INCREASE RECEIVER FREQ DISPLAY as ise 
SER.PREF REPL OF A34C5 

BELOW 1728U00246.MOD TO PREVENT OSCILLATIONS ON ASSY. A31. 
SER.REC_REPL P/N A151C10,1011,1C14 & 1¢15 
BELOW 172800311.PROC: TO PREVENT SHORTING OF CAPS ON A23 ASSY. 
BELOW 1851U-00380.REC MOD TO IMPR PERF OF POWER SUPPLY 

BELOW 1851U-00361.REC MOD TO A31: INPUT AMP ASSY 

2010U00506 & BELOW.MOD TO IMPROVE A217 40KHZ TIMER AD! RANGE 
SER.PREF REPL FOR TRANSISTORS A3102,3,5,7,9,10,12,14516,17 19 
SER.PREF REPL FOR CAP A11C7 

SER. PREF Cale OF 4-BIT BISTABLE LATCH, PN 1820-0876 

2045U00591 & BELOW.MOD TO INSURE ENOUGH RANGE IN A171 2OKHZ ADJ 
SER.PREF REPL OF 4~LINE TO 10-LINE DECODER 

SER. INSTR RACKMOUNT RETROFIT KIT 

SER. PREF REPL OF PWR SUPPLY SWTCH TRANS Aone NUMBER 1854-0665 
SER.PREF REPL OF 16 PIN IC SOCKET P/N 1200-0767 

SER.PREF REPL OF DIODES HP P/N 1910-0030 & 1910-0034 

SER.PREF REPL OF ROTARY PULSE. GEN §ASSY A3. 

SERsPREV MAINT TO MINIMISE FOSS OF INTERM FAIL 


JUL81 03770-90049* 8L 01 14 03 USE 3708-020 FICHE 03770-90075 
DEC8&1 03770-90075 BL 01: 14°08. 


NOV8&1_.03770-90050 


APR78 03771-90001 
MAR79 03771-90009 
~ JUN79 03771-90009 


H/C H/C PART 


JUL78 03771-90026* BL 01 14 01 USE 3774A FICHE 03771-90034: 
AUG80 03771-90034 8L 01 1 14 01 hee ae 


FICHE FICHE PART MP DP 


PAGE 169 


PAGE 170 


11/08/85 
"MODEL 
NUMBER 


SOQEL 
| 400F 


400F/FL 


» 11/08/85 


RV NOTE 


A PLUG~IN 


Lr ic | 


PAGE 155 


[PTION sek 


\ PLUG~IN 


37708-020 


ST71A 


| 49/08/85 — 
MODEL 


NUMBER 


3771A 


3771-001 


3774.4-002 


- 3771a-003 


3771a-004 


3771-005 


3771A-006 


3771A-061 


3771A/8 


37708-29 
37708-30 


SERV MAN SUPP — 


OPER & SERV MAN 
MAN CHANGE 

OPER MAN 

OPER MAN 

MAN. CHANGE 


. LITERATURE 
TYPE 


“OPER & SERV MAN 


HAN CHANGE 


OPER MAN 
OPER. nan ee 


MAN C 


OPER e SERV MAN 
MAN CHANGE 


OPER MAN 

OPER MAN 

MAM. CHANGE 

OPER & SERV MAN 
MAN CHANGE 


OPER MAN 

OPER MAN 

MAN CHANGE 

OPER & SERV MAN 
MAN CHANGE 


OPER MAN 

OPER MAN 

MAN CHANGE 

OPER: & SERV MAN 
MAN CHANGE 


OPER NAN SUPP 
SERV MAN SUPP 
OPER MAN 

MAN CHANGE 

OPER & SERV MAN 


_ MAN CHANGE 


OFER & SERV MAN 
MAN CHANGE 


OPER MAN 

OPER MAN 

MAN CHANGE 
OPER & SEV MAN 


MAN CHANGE 
SERV MOTE SET BELOW 


3771A/B~1 


3771A-2A 


3771A/B-3 


-3774A/8-9A 


RAEI RN ALL VEN SNVIN AAVAMVUNI REIAVPLI Alt 
SEP82 WN ALL SER. PREF REPL. OF PUR SUPPLY SWTCH TRANS ‘PART NUMBER 1854-0665 
JANS4S WN ALL SER.PREF REPL OF 16 PIN IC SOCKET P/N 1200-0767 
JANS4 WN ALL. SER.PREF REPL OF DIODES HP. P/N 1910-0030 &. 1910-0034 
JUN84 WN ALL SER.PREF REPL OF ROTARY PULSE GEN §ASSY A3 

JUNS& WN ALL SER.PREV MAINT TO MINIMISE POSs OF INTER. FAIL 


APR81 03770-90024 
JUL81 03770-90050 
NoV81 03776-90050 


APR78 03771-90001 
MAR79 03771-90009 
- JUN79 03771-90009 


H/C. H/C ally 
DATE NUMB 


ER DATE NUMBER Lo TV-G 
ake DESCRIPTION *** DESCRIPTION *** DESCRIPTION kkk DESCRIPTION wink DESCRIPTION kkk 
JAN8O 03771-90016 


JUN80 03771-90016 


APR78 03771-90001 
MAR79 03771-90009 
JSUN79. 03771-90009 
JAN8O 03771-90016 
JUN8O 03771-90016 


APR78 03771-90001 
MAR79 03771-90009 
JSUN79 03771-90009 
JAN8O 03771-90016 
JUN8O 03771-90016 


APR78 03771-90001 
MAR79 03771-90009 
JUN79. 93771-90009 
JAN8O 03771-90016 
JUN8O 03771-90016 


APR7S 03771-90001 
MAR79 03771-90009 
JUN79 03771-99009 
JSAN8O. 03771-91016 
JSUN8O 03777-90015 


SEP7& 03771-90106 
DEC78 03771-90057 
MAR79 03771-90059 
JUN79 03771-90009 
dANES 03771-90916 
JUN8O 03771-90016 


JANEQ 03771-90016 
JUN80 03771-90016 


APR78 03771-90001 
MAR79 03771-90009 
JUN79 03771-96009 
JSANBO 03771-90016 


JUNO: 03771-90016 


DEC81 datas) 


AUG8O 03771-90034 


FICHE | FICHE PART 


AUG8O. 03771-90041 


Hit 03771-90026* 
680: 03771-90034 


AUG8O 03771-90041 


~JUL78 03771-90026* 


AUG80 03771-90034 
AUG80 03771-90041 


SUL78: 03771-90026* 


AUGB8D 03771-90034 


AUG80 63771-90041 


JUL78. 03771-90026 
AUG80 03771-90034 


AUG8O 03771-90041 
DEC78 03771-90031* 
JAN79 03771-90032* 
AUG80 03771-90034 


AUG80 05771-90041 


AUG80 03771-90041 


JUL78 03771-90026* 8L 


AUG80 03771-90034 
AUG8O. 03771-90041 


OcTs4 


8L 01 14 08 


8L 01 14.0 


MOP DP 


BL 01 14 09 
BL 01 14 01 
8 01 14.01 

BL 01 14 09 
8L 01 14 01 
8L 01 14 01 
8.01 14 09 
8L 01 14 01 
01 

8L 01 14 09 
8L 01 14 01 
01 

8L 01 14 09 


8L 01 14 01 
8L 01 14 02 
8L 01°14 01 


8L 01 14 09 
BL 01 14 09 
01.74 01 


8L 07 14 01 
8L. 01 14 09 


USE 3771A-001 


USE 3771A-002 


USE 3771A-003 


USE 3771A-004 


USE 3774A-005 
USE 3771A-005 


USE 3771A-061 


“NOV78 WN ALL. SER-RETROFITTING INSTRUCT FOR PRINTER 8D OPT 004. 
MAR8O WN ALL SER.REC PROC FOR RETROFITTING FOR uPT 001 (+10DBM SWITCH) 
MAR79 WA SER BELOW 1806U-00114 (37718) & 


 JUL81 03770-90049% BL 01 14 03 HE. 3770B-020. FICHE 03770-90075 


~JSUL78 03771-90026* 8L 01 14 oF USE 3771A FICHE 03771-90034 


FICHE 03771-90034 


FICHE 03771-90034 


FICHE 03771-90034 


FICHE 03771-90034 


FICHE 03771-90034 
FICHE 03771-90041 


FICHE 03771~90034 


& 1806U-00119 (3771A).REC MOD TO ASsY A33_ 


- AUG79. WA SER BELOW 1926U.MOD TO PREVENT GAIN. HITS FROM CAUSING DROPOUTS 


AUG79 WN SER BELOW 1851000123 Seales & 1851U00120 (3771B) «NEW CARRYING HANDLE. 


MAY8O WO 3771A SER BELOW 1937000160 & 


OCT79 WN ALL SER.RETROFITTING INSTRUCT FOR OPT 061 
OCT79 WO ALL SER.PREF REPL OF SWITCHES A38S1 & A40S1 
MARSO WN ALL. SER.TABLE OF LINK POSITIONS FOR 3771A, 37718 & OPTS 


37718 SER BELOW 1937U00123.PREF REPL E1 MAINS MODULE 


11/08/85 

MODEL 
~ NUMBER 

40224 


A03A: 


4038 | 


NOV79 WA 3771A:SER BELOW 1937U00160.37718: SER BELOW 1937U00123<M0D TO PREVENT POSSIBLE REMOTE 
MODE MALFUNCTION 


3771A/8=10 
CONT'D 


| 2 i eae ees 


PAGE 156 14/0R/85 8 os. ir ee Be eee | Usain PAGE 171 | 11708785 
. ae MODEL 0)» “LITERATURE. H/C) H/C PART FICHE: FICHE | PART M P DP ee MODEL 
‘ sy : NUMBER a ¢ ee TYPE Ps Sa: DATE aoa NUMBER DATE. nnn NUMBER ne ee a roe os ee ads NUMBER 


| 3771a/8 = SERV NOTE SET ‘BELOW “OCT84 


377 1A/B-1 NOV78 WN ALL SER.RETROFITTING INSTRUCT FOR PRINTER 8D OPT 004. 

3771A-2A MAR8O WN ALL SER.REC PROC FOR RETROFITTING FOR OPT 001. (+10DBM SWITCH) 

3771A/B-3 a MAR79 WA SER BELOW 1806U-00114 (37718) &© 1806U-00119 (3771A).REC.MOD TO ASSY A33 

3771A/B-4A - AUG79 WA SER BELOW 1926U.MOD TO PREVENT GAIN HITS FROM CAUSING DROPOUTS 

3771A/B-5 AUG79 WN SER BELOW 1851U00123 (3771A) © 1851U00120 (3771B).NEW CARRYING HANDLE.. 

S771A/B-64 - -MAY80. WO 3771A_ SER BELOW 1937U00160 & 37718. SER BELOW 1937U00123.PREF REPL E1 MAINS: MODULE 
3771A/8-7 OCT79 WN ALL SER.RETROFITTING INSTRUCT FOR OPT 061 

‘3B771A/8-8 OCT79 WO ALL SER.PREF REPL OF SWITCHES A38S1 & A40S1 

3771A/B-9A MAR8O WN ALL SER. TABLE OF LINK POSITIONS FOR 3771A, 37718 .& OPTS 

3771A/8-10 NOV79 WA 3771A:SER BELOW 1937U00160.37718:SER BELOW 1937U00123.MOD TO PREVENT POSSIBLE REMOTE 


CONT'D 5 MODE MALFUNCTION 


: : ’ ae 
PAGE 156 — 11/08/85 ; es : PAGE 171 © 11/08/85 
MODEL LITERATURE H/C H/C PART FICHE. FICHE PART M PD P MODEL 
NUMBER et TYPE ; DATE NUMBER DATE NUMBER LT VG : NUMBER 
TION dtr : xk DESCRIPTION **x* DESCRIPTION *x* DESCRIPTION. *** DESCRIPTION *** DESCRIPTION *%* ; : 
; 3771A/B S771A/B-11A MAR8O WN ALL SER.RETROFIT INSTRUCTIONS FOR OPT 002 (LOOP HOLDING) 4061A 
IN SWITCH S2 3771A/B-12 DEC79 WO 3771A SER 1937U00165 & BELOW:37718 SER 1937U00123 & BELOW.PREF REPL OF ASSY A341 : 
é CONT'D : INPUT. TRANSFORMER T 
3771A/B-13 JANBO WA 3771A. SER poo2u00175 & BELOW;37718 SER 1937U00123 & BELOW.MOD TO. PREVENT LOSS OF DC 4061A-026 
. CONT?D LOOP HOLDING PATH WHEN ees SWITCH IS SET FM SPEAK TO MEAS 
3771A/B~14 FE880 WO ALL SER.PREF REPL OF RES A3R6 & A3R : 
PLUG“IN LE JUN80 WA 3771A SER 2002U00180 & SELOW;37718 SER 1937U00123 & BELOW. MOD TO PREVENT POSS Loss: 4061A-036 
: : OF THE 2040HZ TRANSMISSION FREG@ WHEN FREQ SHIFT IS SELECTED IN THE 3771A ; 
3IrNe-16 MAR8O WA “ata etecre & BELOW;37718 SER 1937U00128 & BELOW. INSTAL OF TRELSHTG AID FOR 
B771A/8-17 APR8O WO ALL SER.PREF REPL OF PHASE-LOCKED LOOP Ic's 1 4067A°045 
 3771A/B-18A JUL84. WN ALL. SER.RETROFIT INSTRUCT. FOR HP~IB8 OPT 005 
3771A/B-19 JAN81 WA 3771A SER Futiead ead & BELOW;3771B SER Ta08eU00133 & BELOW.MOD TO. PREVENT DECADE 
CONT'D SELECT CODE (L1,L2,L3,L4) : 
3771A/8-20 MAR84 3771A SER 5107000095 t Care nateeay SER 2105U00138 & BELOW.MOD TO PREVENT POSSIBLE 4061A-046 
CONT'D LOSS & BLANKING OF DROPOUTS DISPLA Sie 
ia AUG81 3771ASSER 2121U00320 & BELOW; 37716¢ SER 2127U00148 & BELOW.MOD TO PREVENT POSSIELE 
CONT'D RESETTING OF TRANS COUNTERS. WHEN CHANGING CONTROL SW FM RUN TO STOP | 4062A 
af eee MAY82 BU ene etree Gareomone & BELOW;3771B:SER2227U00163 & BELOW.MOD TO PREVENT HP-IB MALFUN i : 
3771A/8-23 JAN8S2 3771A; SER. 2148U00350;337716:SER 2206U00158,M0D. TO PREVENT POSS PREV OF PHASE HITS 
3771A/B=24. FEB82 HP-IBCOPT OOS)ASSEM 03771-69041; DATOCODES BELOW 2013-14 
3774A/8-25 MAY82 3771A:SER 2217U00380 & BELOW; 3771B: SER 2227000163 & BELOW.MOD TO ENSURE RANGE IN 
CONT'D A35R53 AMPLITUDE ADJUST 
3771B-26 MAY83 SER 2227U00168 & BELOW.MOD TO PREV POSS COUNT ERROR 
3771A/8-28 JANS4S 3771A:SER 2332U00450 & BELOW33771B:SER 2227U00173.NOD TO PREV INTERFERENCE AT. LOW - 40628 
CONT'D LEVELS WEHN PERF IMPULS NOISE MEASURENTS / 
3771A/8-29 JAN84 ALL SER.PREF REPL.OF DIODES HP P/N 1910-0034 
sey aye 30 JANB4 peeeen eG Ht 2402U00465: & BELOW;37718:SER 2409U00188.P0SS HP-18 HANG-UP CAUSED 8Y MAINS 40638 
FEB84 SER 2532000183 & BELOW.POSS NOISE MEAS ERROR IN “NOISE” MODE WITH SIGN INPUT AT 4064A 
API"X, SKHZ & -15DBM & C-MESSAGE. FILTER SELECTED 
3771A/B-32 JULB4 ALi. =SR.PREF REPL OF IC 1820-2037 & 1820-1486 4081A 
OPER MAN APR78 03771-90002 JUL78 03771-90027* 8L 01 14 01 USE 3771B FICHE 03771-90035 
OPER MAN MAR79 03771-90010 MAY82 03771-90035 8L 01 14.01 SEE TITLE. PAGE FOR OPTIONS COVERED. 
rIOMETER MAN CHANGE JUN79 03771-90010 4081A-261 
OPER & SERV MAN JAN8O 03771-90016 AUG80 03771-90041. 8L 01 14 09 ee 
‘TCH ON MAN CHANGE JUNO: 03771-90016 , 4081A-270 
37718~001 OPER & SERY MAN JAN8Q: 03771-90016 AUG80. 03771-90041 8L 01 14 09 - 4081A-271 
i : MAN CHANGE JUN8O 03771-90016 
: 4081A-272 
37718-003 OPER & SERV. HAN JAN80 03771-90016 AUG80 03771-90041 8L 01 14 09 ; 
MAN. CHANGE JUN80 03771-90016 4081A-282 
|} 3771B-006 OPER.& SERV MAN JAN8® 03771-90016 AUG8O 03771-90041 8L 01 14 09 ~AOB3A 
; MAN CHANGE JUN80 03771-90016 
6 -70-KHZ 3776A OPER MAN MAY84 03776-90000 DEC84 03776-90025 8b. 01.14.04. 
; ; SERV NOTE SET BELOW ocTss 
3776A~1 NOV83 WA SER 2337000122 & BELOW.MOD TO PREV POSS KEYBD. LED INTERACTION WHEN FRONT PANEL KEY 
ic8 CONT'D : ' TS DEPRESSED el 
"EMP ON BD 3776A-2 NOV83 WA SER 2330U00112COPT. 001) & BELOW.MOD TO PREV POSS. RESIDUAL sige JITTER PROB WITH 4085m. 


CONT'D FILTER 8 (4HZ.TO pacer anata 


as 


-* PAGE. 157. GOS a a ee pea Sg SESE Sey lg EE ESE any, PAGE Ive ; ~1-91/08/85._ 
MODEL Q LITERATURE H/C H/C. PART FICHE FICHE PART MP OD - ee eee Ps MODEL 

woe dye kT Eee NUMBER C. TYPE i > DATE NUMBER DATE. “NUMBER LT Vv NUMBER. 

TION tick. een é oe DESCRIPTICN * bataded DESC RIPTION faletald DESCRIPTION hk DESCRIPTION kk DESCRIPTION eke : se 


SSNS Ws CSTs eae UMINw wet tt FU 


§UsTA-cde¢ 


3771B-006 OPER & SERV MAN JANBM 03771-90016 —-AUGBO 03771-90041 aL 01 14 09 4083A 
MAN. CHANGE JUN8O 03771-90016 va ae 
. Z0-HHZ | 3776a OPER MAYS4 03776-90000 © DEC84 03776-90025 8L 01 14 04 , 
SERV NOTE SET BELOW  OCTS5. 
37761 NOV83 WA sR 2557u00122 & BELOW.MOD TO PREV POSS KEYBD LED INTERACTION WHEN FRONT PANEL KEY 
oe | 3776A-2 NOV83 WA SER 2330U00112(OPT 001) & BELOW.MOD TO PREV POSS RESIDUAL PHASE JITTER PROB WITH | 4085M 


CONT'D FILTER B (4HZ TO 300HZ) SELECTED 


PAGE. 157 11/08/85 PAGE 172 11/08/85 
MODEL 0 - LITERATURE H/C H/C: PART FICHE ‘FICHE pant MP OD P MODEL 
by NUMBER: Cc TYPE DATE NUMBER DATE NUMBE! L Tt V6 NUMBER 
TON, tok ee wkk DESCRIPTICN *a% DESCRIPTION kk DESCRIPTION *** DESCRIPTION *%* DESCRIPTION ake 
3776A elit NOV83. WA ae eon yO0 1g kOPT 001) & BELOW.MOD TO PREV SPURIOUS INTERUPT OCCURING, CAUSING 41 
LUG-IN 
: : 3776A-4 - NOV83 WA SER #530U00112 (OPT 001). & BELOW.MOD TO IMPROV PERF WHEN CUNNING TRANST MEAS 
3776A-5 Lege NOV83 WA SER 2340U00132 & BELOW.MOD TO IMPROV. PERF WHILE IN IDLE STATE -PSOPH MEASUR 410A 
3776A-6 ; NOV83 WA SER 2340U00132 & SELOW.SOFTWARE MOD TO PREV UNSTABLE SIGNATUR WHEN TRBLSHG ASSY AQ: soe 
3776A~7 : NOV83 WO ALL SER.WHERE THE PROTECT FUSES ARD LOCATED 4108 
IONS. . 2776A~8 : JANB4 WA SER 2347000152 & BELOW.MOD TO PREV INTERMITT CORRUP OF NON VOLATILE MEMORY: (NVM) : 
:  BVT6A-9 FEBS4 WN ALL SER.SAVE PRE-~PROG CONTENT OF VOLATILE MEKORY(NVM)PRIOR TO TRBLESHTG OR PERF CHEC 
“zeke 108 ; SEP84 WA eect aecety  e TO PREV POSS MULTIPL INTERUPTS. FOR KEY 8D CAUSING “ERRGR 104". | 
T IS 
S3776A11A APR84 WA SER 240900162 & BELOW.EXCLUD U0126 TO 00131,00135 TO 00141. & 00150.POSS CLOCK 
CONT'D RECOVERY PROB CAUSED BY NOISE & JIYTER IN RECEIVER CLOCK EXTRACTION CIR 
3776A~12 FEB84 WA SER 2409000162 & BELOW. FIRMWARE MOD TO ENHANCE INST SPEC & CORREC SOME SOFTWARE BUGS ‘ 
3776A-138 : JUN84 WN ALL SER.RETROFITT INSTRUC FOR DATA MEAS OPT 001 410¢ 
3776A714 APRB4 WA SER 2409000162 & BELOW.SOFTWARE MOD TO PREV OCCASIONAL "ERROR 36" roe DISPLY ; 
CONT'D WHILE PERF GACK-TO-BACK ENVELOPE DELAY DIST MEAS. IN THE MONITOR MODE 
3776A~15B AUG84 WA SER 2423U00202 & BELOW.SOFTWARE MOD CORREC BUG THAT PREV RUN OF CONTIN PULSE 
3776A~16 JUN84 WA ALL SER.PREF REPL ANALOG SWTCH IC HP P/N 1820-1971 
3776A-17 JUN84 WN ALL SER.PREF REPL RAM HP P/N 1818-1718 
3776A~18A : JANSS WN SER 2444U00282 & BELOW.FREQ UPDATE INST FOR DATA MEAS OPT 001 
3776A~19 SEP8& WN ALL SER.TEST PROG DATA CARTRIDGE(HP P/N 03776-10001)MOD 
3776A-20A JAN85 WN SER 244400282 & BELOW.OPT 001 OLD ASSY. 03776-6008 COMPAT WITH On neue REV 2501 
3776A~21A APR85 WN ALL SER.TEST PROG DATA CARTRIDGE (HP P/N Sa en noe EPA TO REV C 
3776A-22 MAR8S WA SER 2444000292 & BELOW.FIRMWARE REV TO CHNG GEN. IDLE CODE 
3776A~23 JUL85 WN ALL SER.TEST PROG DATA CARTRIDGECHP P/N 93776-10001) MOD-UPDATE TO REV D 
37768 OPER MAN APR84. 03776-90003 DEC84 03776-90028 8L 01 14 04 
MAN CHANGE OCT84 03776-90003 
SERV NOTE SET BELOW cT85 
arree REY83 WA sen 2sssungt42 & BELOW.MOD TO PREV POSS KEYBI) LED INTERATION WHEN FRONT KEY 
RESS 
: 37768-2 NOV83 WA SER 2330U09112(OPT 001) & BELOW.MOD TO PREV POSS RESIDUAL PHASE JITTER PROB WITH 
SHIELD CONT'D FILTER B (4HZ TO 300HZ)SELECTED 
SHIELD of Se NOV83 WA Or ce 001) & BELOW.MOD TO PREV SPURIOUS INTERUPT OCCURING, CAUSING 
RROR 
3776B-~4 NOV83 WA SER 2330U00112(OPT 001) & BELOW.MOD TO IMPROV PERF WHEN CUNNING TRANST MEAS ~ 
37768-5 NOV83 WA SER 2349U00152.& BELOW.MOD TO IMPROV PERF WHILE IN IDLE STATE -PSOPH MEASUR 
3776B-6 NOV83 WA SER 2340U00152 & BELOW SOFTWARE MOD TO PREV UNSTABLE SIGNATUR WHEN TRBLSHG ASSY Ag 
3775B-7 NOV83 WO ALL SER.PROT FUSE LOCATIONS 
3776B-8 JAN84 WA SER 2346000182 & BELOW.MOD TO PREV INTERMITT CURRUP OF NON VOLATILE MEMORY (NVM) 
37/SB-9 FEB84 WN ALL SER.SAVE PRE-PROG CONTENT OF VOLATILE MEMORY(NVM)PRIOR TO TRBLESHTG OR PERF CHEC 
og thi SEP84 WA oh ae tap uappsale MOD TO PREV POSS MULTIPL INTERUPTS FOR KEY BD CAUSING "ERROR 104" 
‘D : : T DISP 
3776B-11A APR84 WA SER 2404000243 & BELOW,EXCLUD 00229 TO 00241,00222 To 00227,00217 & 00218. POSS 
CONT'D CLOCK RECOVERY PROB CAUSED BY NOISE & JITTER IN RECEIVER CLOCK EXTRACTION CIR 411A 
37768-12 \ FEB84 WA SER 2404000242 & BELOW. FIRMWARE MOD T? ENHANCE INST SPEC & CORRES SOME SOFTWARE BUGS 
37768-138 JUNB4 WN ALL: SER-RETROFITT INSTRUC FOR DATA MEAS OPT 001 
37768-14 APR&4 WN SER 2408000279 & BELOW,EXCLUD 00274,00272,00269,00268,00265,00264,&00262. SOFTWARE 
coi Sct MOD TO PREV OCCASIONAL “ERROR 36” BEING DISPLAY WHILE PERF BACK=TO-BACK ENVELOPE 
CONT'D oh DELAY DIST MEAS MONITOR MODE 
LUG-IN © 37768-1568 AUGE4 WA SER 2423000462 & BELOW.SOFTWARE MOD CORREC BUG THAT. PREV RUN OF. CONT"N PULSE: 412A 
3776B=16 . JUN84 WA ALL SER.PREF REPL ANALOG SWTCH IC HP P/N 1820-1971 
37768-17 JUN84 WN ALL SER.PREF REPL RAM HP P/N 1818-1718 
377'6B-18A ». ,JANSS WN SER. 2437U00642 & BELOW. FREQ-UPDATE INST FOR DATA MEAS GPT 001 | . | 412A/472aR 


3776B-19 SEP84 WN ALL SER.TEST PROG DATA CARTRIDGECHP P/N 03776-10001)MOD 


PAGE 158 11/08/85 Pe aces oe oe: : ee PAGE 473 19708785 
ee : : 0. LITERATURE. -- H/C H/C” PART ; FICHE “FICHE PART Mm. P D P 4 : Bete Par ae MODEL 
- NO BER ee TYPE vei DATE NUMBER DATE NUMBER bot ove : NUMBER |. 
ION ick ole re eee wie DESCRIPTION sie DESCRIPTION whe DESCRIPTION wake DESCRIPTION  tadall DESCRIPTION tok ee ee 


37768 -\ -3776B-20-—-—s—“~*=‘“‘*‘S ERP BA WN SER 243700642 & BELOW.OPT 001 OLD ASSY 03776-6008 COMPAT WITH FIRWARE REV 2634 Oe OO" gaan ates 


PAGE 158 


ON tone 


UG-IN 
6/77.MOD 


/83/88/ 


& INSERT 


PAGE 159. | 


Nice 


| 11/08/85 
MP SER 


37768 


41/08/85 
‘MODEL 
NUMBER 


3779A 


377'6B-18A 


3768-138 
37768-14 
37768-158 
3776B-16 
37768~17 


3776B-19 


LITERATURE 
TYPE 


37768-20 


3776B-21A 
37768-22 
57768-23 
3776B~24 


OPER & SERV MAN 
MAN CHANGE 
SERV Ore SET BELOW 


3777A 


S3777A-2A 
3777A-4 
3777A-6 


OPER MAN 

MAN. CHANGE 

SERV MAN 

MAN CHANGE 

Ha wile SET BELOW 


3779A-14 


S779A~15A 


CONT'D 
3779A-16 
CONT'D 


3779A-17 


3779A~18A 
3779A~19 
3779A-20 
3779A~21 
3779A=22A 
CONT'D 
3779A-23C 
3779A~24 


3779A~25 


3779A-26A: 
3779A-27 
3779A-28 
3779A~29 
3779A-30 


B?79A-31 


3779A-32A 


LITERATURE 
TYPE 


- S779A-33 
E779a-34 


i oe en a 


H/C H/C PART — FICHE. ~ FICHE PART MPDP 


—n ee eS ENS See ee Fe SECU ee SIA EU ee SUA 6 UUPIR. ONT EES Bue. 


JUNS4 WN ALL SER.RETROFITT INSTRUC FOR DATA MEAS “OPT 001 

APR84 WN SER 2408U00279 & BELOW,EXCLUD 00274,00272,00269,00268,00265,00264,200262. SOFTWARE 
MOD TO PREV OCCASIONAL “ERROR 36" BEING DISPLAY WHILE PERF BACK-TO~BACK ENVELOPE 
DELAY DIST MEAS MONITOR MODE 


AUG84. WA SER 2423U00462 & GELOW.SOFTWARE MOD CORREC BUG quae PREV RUN. OF CONT=N PULSE 


JUN84 WA ALL SER.PREF REPL ANALOG SWITCH IC HP P/N 1820-197 


. JUN84 WN ALL SER.PREF REPL RAM HP P/N 1818-1718 


JANSS WN SER 2437000642 & BELOW. FREQ. UPDATE INST FOR DATA MEAS GPT 001 
SEP84 WN ALL SER. TEST PROG DATA CARTRIDGECHP P/N 03776-710001)M0D_ 


PAGE 173 
H/€. H/C PART FICHE FICHE PART M P D i 
DATE NUMBER DATE NUMBER LT Vv 
kak DESCRIPTION *&* DESCRIPTION *** DESCRIPTION wie DESCRIPTION *** DESCRIPTION toiek 


WN SER 2437U00642 & BELOW.OPT 001 OLD ASSY 03776-6008 COMPAT WITH FIRWARE REV 2631 
WN ALL SER.TEST PROG DATA CARTRIDGE (HP P/N 03776-10001)MOD-UPDATE TO REV C 

WA SER 2437U00743 & BELOW.MOD TO PREV MEAS INACCUR IN TIMESLOT 24 

WN SER 2437000642 TO 00801.PREF REPL FOR PROMS A14U13 & A14U23 

WN ALL SER.TEST PROG DATA CARTRIDGECHP P/N 03776-10001) MOD-UPDATE TO REV D 


—MAR78 03777-90000 -- AUG83 03777-90025 8L 01 14 O3 SEE TITLE PAGE FOR OPTIONS COVERED 


MAY83_ 03777-90000 


OcTs4 
JANS4 WN SER 2309U00745 & BELOW.PREF REPL OF RELAYS 
JUL83 WN ALL SER.PREF REPL FOR. ASSY A4,A5,A5,A7,A8 
AUG82 WA SER 2147U & BELOW.MOD TO. ELIM RACE HAZ IN HP-IB HANDSHKNG ROUTINE 
JUL84 WN ALL SER.PREF REPL. MAINS XFMR A9T1 & VLOTG REGLTR A9U1 


JAN79 03779-90001 MAY82 03779-90026 8L 01 14 03 

MAY81 03779-90001 

SEP81 03779-90009 DEC81 03779-90034 8L 01 14 09 SEE TITLE PAGE FOR OPTION INFORMATION 
NOV81 03779-90009 


cT85 
MAR79 SER 1832-00108 TO 1832U-00105, 1840U-00106 ce _ SAaU SOIR? INCL, 1903U-00111. TO 

1903U-00115 & 1903U-00120.REC MOD TO IMPR P 

SER. 1840U-00110 & GELOW.REC PROC TO IMPR PERF 
1840U-00110 & BELOW.REC MOD TO TRANSMITTER QD FILTER 
1904U-00135 & SELOW.REC MOD TO DIGITAL. RECEIVER CLOCK EXTRACTION CIRC 
1909U-00145 & BELOW.REC ADJ TO 12HZ & 4OHZ SELECTIVE FILTERS 
1909U-00145 & BELOW.REC MOD TO IMPR PERF OF SELF-TEST 
4915U00150 & BELOW.MOD TO IMPROVE PERF. 
1919U00155 & GELOW.MOD TO PREVENT BREAKDOWN OF A32U2. AT SWITCH-ON 
SER.MOD TO PREV POSS FAILURE OF A9U3 
1919U00160 & BELOW.MOD TO A1 ASSY TO ALLOW NKT SOLID STATE SWITCHES TO BE RUN 
+15V. RATHER THAN -12V SUPPLIES 

rb cata & BELOW.PREF REPL OF RELAYS A1K1~K6;A8K13A9K1-K5,K7,K9,K103A31K1 AND 

A 41> 

SER 1936U00185 & BELOW.PREF REPL FOR ASSYS A1,A8,A9,A31,A35,A37 

SER 1919U00175 & BELOW.MOD TO PREVENT INTERMITTENT. SINGLE CHANNEL INTERFACE OP WHILE 

RUNNING A-D MEASMTS 


SER iene & SELQW.MOD TO PREVENT INTERMITTENT GVL MEASMTS WHEN RUNNING WET LINE» 


SYSTE 
SER 1936U00180 & BELOW.MOD TO PREVENT ERRONEOUS RESULT DURING LOW LEVEL GAIN MEASMTS 
SER 2003U00205 & BELOW.MOD TO IMPR REL OF POWER SUPPLY 
ALL SER.PREF REPL OF ENCODER IC 1820-1851 
SER 2003U00205 & BELOW.PROTECT AGAINST LOOP HOLDING CURRENTS 
SER Sone a Tee & BELOW.MOD TO PREVENT POSS CORRUPTION OF NVM AT: SWITCH. ON 
SER 2005U & eet tas TO SFTKARE TO REMOVE VAR BUGS & ADD DIAG SFTWARE PKG 
SUPERCEDS -5 & -8 
ALL SER.HOW TO BUILD SERV ACCESSY FOR PERF TESTS 
SER. PREF REPL OF ROMS ON A23 
SER.PREF REPL OF SHIFT REGISTER A15U27 
SER.INTERMIT INCORREC OPER OF FRAME ALIGN MEAS 
SER.MOD TO CURE A4& FILTER INSTABILITY AT LOW TEMP 
SER.PREF REPL OF HORIZ SWEEP SYNC DRIVE IC A32 U2 
SER. IMPR SPECIF FOR SERV ACCESS. (A1,SA2,SA3,AS4) 
SER.MOD. TO IMPROV Tie NOISE IMMUNITY 
SER.»PROT FUSE LOCATIO 
SEP84 WN SER. LIST OF 3779C/D ASSY REPL FOR OBS 3779A/B. ASSY 


PAGE 174 


NUMBER | DATE NUMBER LT 4.6 
wie DESCRIPTION #et DESCRIFTION ee DESCRIPTION wick ‘DESCRIPTION bebatadl DESCRIPTION + whe 


JuLa4 WN ALL SER.REC REAR PAN SUB-ASSY REPL. 
~AUG84- WN ALL SER.REC REPL FOR A32 BD CRT DRIVE Assy ee 


|. 19/08/85 
MODEL 


A1ZA/413AR 


| at2a 


&12ZA/412aR 


NUMBER 


412A/4128R 


413A 


11/08/85 
MODEL 
NUMBER 


A140A 


AGE 159 


kkk 


-3779a-001 


11/08/85 
MODEL 
NUMBER 


3779A. 


3779A-25 
3779A-26A 
“3T79A~27 
3779-28 
- 3779A=29 
3779A-30 
3779A-31 
3779A-32A 


LITERATURE 
TYPE 


3779A-33 
3779-34 


2 TP9AAI6 
“BTT9A-39 


3790-002 


37798 


S779A~45 
3779A~47 


OPER MAN 


MAN: CHANGE 


OPER MAN 
MAN CHANGE 


OPER MAN 


OPER MAN 


MAN CHANGE 


3779B-15A 
CONT'D 

3779B-16 
CONT'D 

37798-17 


 ST79B=18 


11/08/85 
MODEL 
NUMBER 


| sre 


2 
a 


3779B-19A 
3779B-20 
3779B-21 
3779B-22 
3779B-23A 
CONT'D 
3779B-24 
3779B-25C 
3779B-26 
37798-27 
3779828 
3779B-29 
37798-30 


. 37798-31 
3 


7758-32 


LITERATURE 
TYPE 

” 3779B-334 

37798-34 


3798-35. 


DATE 


Se ee ee ee | ee a P UNWiwe VN New 


NOV82 WA ALL SER.PREF REPL. OF SHIFT REGISTER A15U27 

JUL83. WO ALL SER. INTERMIT. INCORREC OPER OF FRAME ALIGN MEAS 
MAR83. WA ALL SER.MOD. TO CURE-A4& FILTER INSTABILITY AT LOW TEMP 
JUL8S. WO ALL SER.PREF-REPL OF HORIZ SWEEP SYNC DRIVE IC A32.U2Z 
JAN84. WN ALL. SER.IMPR SPECIF FOR SERV ACCESS (A1,SA2,SA3,AS4) 
SEP83 WN SLL SER.MOD TO IMPROV mie ee NOISE. IMMUNITY 
FEB84-WN ALL SER.PROT FUSE LOCATIO! 

SEP84 WN ALL SER.LIST OF 3779C/D Assy REPL FOR 28S 3779A/B ASSY 


; PAGE 174 
“H/C H/C PART FICHE FICHE PART M P D : 
DATE NUMBER DATE NUMB! 


AT MBER LT Y¥ 
wie DESCRIPTION *#* DESCRIPTION *** DESCRIPTION kk DESCRIPTION: tik DESCRIPTION *** 


JULBA WN ALL SER.REC REAR PAN SUB-ASSY REPL 
AUG84 WN ALL SER.REC REPL FOR A32 6D CRT DRIVE ASSY a 
FEB85 WN ALL SER.PREF REPL FOR TRANS @4 & Q8 ON THE A29 ASSY 


“MARS WN ALL SER. INSTRU FOR RETROFIT THE 3779C/D AS ASSY TO 3779A 


JUL85 WN ALL SER.A22 ASSY;3779C/D BD RETROFIT 
JUL85. WN ALL. SER.I/0 PROB WITH EPSON PRINTERS: & THE PMA 


JAN79 03779-90001 MAY82 03779-90026 8L 01 14.03 
MAY81. 03779-90001 ; 


JAN79 03779-90001 
MAY81 03779-90001 


JAN79 03779-90002 
JUL81 03779-90008 
SEP81. 03779-90008 
SEP81._ 03779-90009 
NOV81 03779-90009 


cT85 
MAR79 WA SER 1832U-D0101 TO Daerah eee peru oT oe TO 1840U-00110 INCL, & 1903U-00111 TO 
1903U-00116.REC MOD TO YMPR P 
MAR79 WA SER 1840U-00110 & BELOW.REC MOD” ro IMPR PERF 
SER 1840U-00110 & BELOW.2EC.MOD TO IMPR PERF 
1904U-00135 & BEL[W.REC MOD TO. IMPR PERF 
1909U-00145 & BELOW.REC MOD TO THE 12HZ & 40HZ SELECTIVE FILTERS 
1909U00145 & BELOW.MOD TO IMPROVE PERF DURING BASIC ANALOG SELF-TEST. 
1915U00155 & BELOW.MOD TO IMPROVE PERF 
1919U00175 & BELOW.HOD TO PREVENT BREAKDOWN OF A32U2. AT SWITCH-ON 
SER.MOD TO PREV POSS FAILURE OF A9U3 
1919U00160 & BELOW.MOD TO A1 gene TO ALLOW NKT SOLID STATE SWITCHES TO BE. RUN 
+15V RATHER THAN =12V SUPPLIE 
LA eae & BELOW, PREF REPL OF RELAYS A1K1~K6;A8K13A9K1-K5,K7,K9,K103A31K1. AND 
A = 
SER 1941U00220 & BELOW.PREF REPL FOR ASSYS A1,A8,A9,A31,A35,A37 
our Gere & BELOW.MOD TO PREVENT SINGLE CHANNEL INTERFACE OP WHILE RUNNING A=D 


sen 194 “igatvooete & BELOW.MOD TO PREVENT INTERMITTENT GVL MEASMTS WHEN RUNNING WET LINE 


MAY82 03779-90026 8L 01 14.03 


AUG80 03779-90027* 8L 01 14 03 USE 3779B FICHE 03779-90033 
MAY82 03779-90033. 8L 01 14 03 


DEC81 03779-90034 8L 01 14 09 SEE TITLE PAGE FOR OPTION INFORMATION 


SER 1941u00225 & BELOW.MOD TO PREVENT ERRONEOUS RESULT DURING LOW LEVEL GAIN cerebuill 


ALL SERsFIELD INSTALL OF 3779B OPT 002 INTO 37798 OPT 001 INSTRUMENTS 
SER 2005U00265 & BELOW.MOD TO IMPR.REL OF POWER SUPPLY 
ALL SER.PREF REPL OF ENCODER IC 1820-1851 
SER 2015U00270 & BELOW.PROTECT AGAINST LOOP HOLDING CURRENTS 
SER 2024U00300 & BELOW.MOD TO PREVENT POSS CORRUPTION OF NVM AT SWITCH ON 
SER 2005U & Sera Vaid TO SFTWARE ee REMOVE VAR BUGS & ADD DIAG SFTWARE ?KG 
SUPERCEDES -5. & <8 

WN. INSTRUCTNS OF THE INSTALL OF 37798 OPT HO4 
ALL SER.HOW TO BUILD SERV ACCESSY FOR PERF TESTS 
ALL SER.PREF REPL OF ROMS ON A23 
ALL SER.PREF REPL OF SHIFT REGISTER A15U27 
ALL SER.MOD TO CURE A& FILTER INSTABILITY AT LOW TEMP 
ALL SER.PREF REPL OF HORIZ SWEEP SYNC DRIVE IC A32. U2 
ALL SER.IMPR SPEC. FOR SERV ACCESSY (SA1,SA2,SA3,SA4): 
SLL SER.MOD TO IMPROV OUT-OF-BAND NOISE. IMMUNITY.” 

FEB84 Wie ALL SER.PROT FUSE LOCATIONS 


H/C H/C PART FICHE FICHE PART M P 0 Pp 
NUMBER DATE... NUMBER LT @ 

eke DESCRIPTION kkk DESCRIPTION kik DESCRIPTION kkk DESCRIPTION ick + DESCRIPTION : wick 

~ SEPBA WN ALL SER.LIST OF 3779C/D ASSY Y REPL FOR ops 3779A/8: Assy 


JUL84. WN ALL SER. REC REAR PAN SUB-ASSY 
AUG84 WN ALL SER.REC REPL FOR A32 BD CRT DRIVE ASSY 


- PAGE rae 


11/08/85 
MODEL 
NUMBER 


ATA0A. 


11/08/85 
MODEL 
NUMBER 


MSE 


@16A 


37798-26 AUG82 WN. ALL SER.PREF REPL OF ROMS ON-A23. 


3779B-27 NOV82 WA ALL SER.PREF REPL OF SHIFT REGISTER A15U27 

37798-28 MAR83. WA ALL. SER.MOD TO. CURE A4& FILTER INSTABILITY AT LOW TEMP 
_.37798-29 JUL83 WO ALL SER.PREF REPL OF HORIZ SWEEP SYNC DRIVE IC A32 U2 
37798-30 FEBS4 WN ALL SER.IMPR SPEC FOR SERV ACCESSY. (SA1,SA2,SA3,SA4) 
3779B-31 SEP83 WN SLL SER.MOD. TO IMPROV OUT~OF-BAND NOISE IMMUNITY 
ST7SB-32 ~ FEB84 Wi ALL SER.PROT FUSE LOCATIONS 


‘| 11/08/85 ; PAGE 175 11/08/85 
MODEL LITERATURE H/C H/C PART FICHE FICHE PART M P F MODEL 0 
TYPE DATE NUMBER DATE NUMBER LT NUMBER C 
#kk DESCRIPTION *** DESCRIPTION *x% DESCRIPTION kkk DESCRIPTION eke DESCRIPTION tek 
3779B=33A : SEP84 WN SER.LIST OF 3779C/D. ASSY REPL FOR OBS 3779A/B ASSY 415E L 
37 JUL84 WN SER.REC REAR PAN SUB-ASSY REPL es 
AUG84 WN SER-REC REPL FOR A32 BD CRT DRIVE ASSY 416A ¢ 
NOV84 WN. SERsRETROFIT OF OPT H10/103 oy 
FEB85 WN SER.PREF REPL FOR TRANS Q4 & @8 ON THE ae ASSY § 
FEB85 WN SER.PREF ROM U31 &.U41 REPL ON THE A24 A f 
APR85 WN SER. INSTRU FOR RETROFIT THE 3779C/D A8 Assy TO 37798 c 
JUL85 WN SER.A22 ASSY;3779C/D 8D RETROFIT 
37798-50  JUL85-WN ALL SER.I/0 PROB WITH EPSON PRINTERS & THE PMA 416AR ¢ 
37798-001 OPER MAN JAN79 03779-90002 AUG80 03779-90027* BL 01 iy 03 USE 3779B-001 FICHE 03779-90033 eels : 
ees OPER MAN JUL81 03779-90008 MAY82 03779-90033 8L 01 14 03 “4168 
/.  MAN- CHANGE © SEP81 03779-90008 ; L 
s 
3779B-002 . . SERV MAN SUPP JUN80 03779-90003. =~ DEC82 03779-90028 8L 01 14 01 f 
~ OPER MAN SUPP JUN8O 93779-90004 DEC82 03779-90029 + 8L 01 14 01 ac 
: , A C 
3779C » > SERV. MAN APR83 03779-90014 JUL83. 03779-90039. 8L 01 14 09 jae, 
‘MAN: CHANGE 03779-90014 419A ¢ 
SERV NOTE SET BELOW ocTss L 
3779C~1A 0 SER-MOD TO IMPR COMPAT BET 3779C & 3779A FOR SINGLE CHNL LOOPING s 
2124U & BELOW.MOD TO IMPR LOW LEVEL GAIN MEAS f 
2215U & BELOW.PROTECT RELAYS AT SWITCH-ON a 
2215U00193 & BELOW. INCORREC PWR RATING ON TERMIAT RESISTORS a, 
SER.HOW TO BUILD SERV ACCESSY FOR PERF TESTS 2 
2234U & BELOW.REC UPDATE OF VERIF SOFTWARE fie 
2235U00259 TO 2235U00273.KOD TO IMPR MNTG SECURIT OF MAINS AUXLEARY TRANS _. 
2138U00125 & BELOW.MOD TO CURE A4 FILTER INSTABILITY AT LOW T 4 
2235U00289 & BELOW.PERF REPL FOR EPOMS U35,U36 & U66 ON A13 ED fj 
3779C=10 2235U00249 & BELOW.MOD TO CURE "RINGING" ON PWR SUPLY fl 
3779¢-11 SER.PROT FUSE LOCATIONS 4 
3779C-128 2235U00308 & BELOW.PREF REPL A1,A9,A15,A16,A18,A31,A33,A3/ & REAR PAN ASSY A 
3779C-13A SERCOPT 003).CONVER OF DIGTAL CLOCK 750 HMS UNBALANCED OUTPUT fj 
3779C=14 SER. IMPR SPEC FOR SERV ACCESSY (SA1,SA2,SA3,SA4) 4 
3779C-15 2308U00309 & BELOW.MOD TO IMPROV OUT-OF~BAND NOISE IMMUNITY é 
‘B779C16A 2308U00403 & BELOW.PREF REPL A1,A8,A9,A31,A37 
3779C~17 2235U00308 & BELOW.REC REAR PAN SUB~ASSY REPL AIS1A a 
Sheers Se pncer ne TO 2308U00319.NOTIF OF INCORREC VALUE FOR TX OUTPUT TERMIATION RESIS 
D C 
3779C-19 R 2413U00438 & BELOW.A35 ASSY-HEAT PROT FROM R1 MAINS THERMISTOR k 
~3779C=20 eee SER 2413U00404 TO 2413U00438.PERF REPL FOR ASSY A1,A8,&A9 L 
3779C-21 SER 309 TO 403.IMPR RETURN LOSS MEAS PERF s 
3779C~22A SER 00458. BELOW.PREF REPL FOR ASSY A23,A24,A25,& A26 . 
3779C-24 SER 2447U00459 THRU 2447U00508.MOD TO PREV DISPLAY INACCUR DURING A-A OUTBAND r 
CONT'D SPURIOUS MEAS A 
3779C-25 ALL SER.I/0 PROB WITH EPSON PRINTERS & THE PMA ; 
OPER MAN : Bree oeonk AUG82 03779-90032 8b 01 14 03 A 
SERV MAN APR83 03779-90014 JUL83 03779-90039 8t 31 14 09 4 
MAN CHANGE APR83. 03779-90014 é 
SERV NOTE SET BELOW OCcT85 ey 
3779D-1A OCT83 WN ALL SER.MOD TO IMPR COMPAT BET 3779D & 37798 FOR SINGEL CHNL LOOPING 419A C 
3779D-2 JUL82 WA SER 2146U & BELOW.MOD TO IMPR LOW LEVEL GAIN MEAS C 
3779D-38 OCT83 WA 2213U & BELOW.PROTEC OF RELAY AT SWTCH-ON ; \ 
3779D-4 - JUL82 WN SER 2213U00193 & BELOW. INCORREC PUR RATING ON TERMIATION RESISTORS s 


11/08/85 _ PAGE 176 11/08/85 
MODEL 0. ~ LITERATURE H/C H/C PART FICHE FICHE ‘PART MPD P- : ‘ ‘MODEL 0. 
NUMBER Cres. TYPE - DATE - NUMBER DATE NUBBER LT VEG NUMBER c 
a " era wk DESCRIPTION kkk DESCRIPTION rik DESCRIPTION halal DESCRIPTION rik DESCRIPTION kk ; ope A aoe oe 
37790 “37790-5¢_ pee “ocTas WN ALL SER. HOW TO BUILD SERV ACCESSY FOR PERF: TESTS. ol : : x pep MIG2A oe oe 
ok oes SPT9DFB OCT&2 WA SER 2234U: & BELOW. REC: UPDATE OF VERIF° SOFTWARE ng ; : none 
3779D-7 = MAR83 WA SER 2235U00204 TO 223500208. M0D TO IMPR MNTG SECURIT OF MAINS AUXLIARY TRANS —s : eee : a 
3779D-8 : o MARSS WA. SER 21420001 25 He BELOW. MOD. TO CURE AS FILTER INSTABILITY AT LOW ie : : : See : : 
“2 2779n=9 ua: ero : ari Au »eac Wwe 1 hae. nae pana ~~ 


MAN CnANGE APROS Uotr7— 70014 


SERV NOTE SET BELOW OCcT85 

3779D-1A OCT83 WN ALL SER.MOD.TO IMPR COMPAT BET 3779D & 37798 FOR. SINGEL CHNL LOOPING 
3779D=2 JUL82 WA SER 2146U & BELOW.MOD TO IMPR LOW LEVEL lg MEAS 

3779D-38 OCT83 WA 2213U & BELOW.PROTEC OF RELAY AT SWTCH-ON 

377904. " JUL82 WN. SER 2213000193 ‘ BELOW. INCORREC PUR RATING ON TERMIATION RESISTORS 


11/08/85 ee . | ! - PAGE 176. 
MODEL | | 


11/08/85 
“0s LITERATURE H/C H/C PART FICHE FICHE PART M P D : MODEL 
NUMBER Cc TYPE DATE NUMBER DATE NUKBER LT Vv NUMBER C 
kkk DESCRIPTION *** DESCRIPTION *kx DESCRIPTION eke DESCRIPTION *x% DESCRIPTION babaal 
| 3779D 3779D-5C OCT84 WN ALL SER.HOW TO BUILD SERV ACCESSY FOR PERF TESTS AI92A 419 
. 3779D~6 OCT&2 WA SER 2234U.& BELOW.REC UPDATE OF VERIF SOFTWARE co 
3779D-7 MAR83 WA SER 2235U00204 TO 2235U00208.MOD TO IMPR MNTG SECURIT OF MAINS jel TRANS 419 
3779D~8 MAR83 WA SER 2142U00125 & BELOW.MOD TO CURE A& FILTER INSTABILITY AT LOW T ; asl 
3779D~9 -  NOW83- WN SER 2235000224 & BELOW.PERF REPL FOR EPOMS U35,U36 & U66 ON A13 aD 4193A OPE 
3779D-10 - APR83 WN SER 2235000199 & BELOW.MOD TO CURE “RINGING” ON PWR SUPLY. MAK 
3779D=11 ... FEB84 WN ALL SER.PROT FUSE LOCATIONS SER 
37790128 . JUL84 WN SER 2235u00243 & BELOW. PREF REPL FY Sg eda tat oe & REAR PAN ASSY 419 
2779D-13 JUN84 WN SER 2308U00333 & BELOW.MOD ALLOW CAS TEST WHEN SINGLE CHNL AAS 
3¢79D~14A FEB84 WN ALL, SER.CONV OF DIGITAL. CLOCK TO 7SOHMS UNBALANC OUTPUT : 
3779D-15 FEB84 WN ALL SER. IMPR SPEC FOR SERV ACCESSY (SA1,SA2,SA3,SA4) 494A OPE 
» 3379D=16 JANS4 WN SER 2308U00224 & BELOW.MOD TO IMPROV OUT=OF-BAND NOISE IMMUNITY of 
3779D=17A “3 SEP84 WN SER 2308U00333 & BELOW.PREF REPL. A1,A9,A15,A16,A18,A31,A33,A37 & REAR | PAN ASSY 42 INS 
3779018 JUN84 WN ALL SER.MOD SINGLE CHL I/0 LOOP LINK 
duals OcT84 WO PER ESYOONOS & BELOW.A9,K11 RELAY FAIL WHEN MEAS RETURN LOSS ON COMPLEX IMPED WET 420A OPE 
I : 
3779D-20 SUL84 WN SER 223500243 & BELOW.REC REAR PAN SUB-ASSY REPL ‘4208 OPE 
37790-21 AUG84 WA SER 2308U00244 TO 2308U00319.NOTIF OF INCORREC VALUE FOR TX OUTPUT TERMIATION RESIS 
CONT'D R17 ON ASSY AQ 420c OPE 
37790-22 NOV84 WO SER 2614U00403 & BELOW.A35 ASSY-HEAT PROT FROM R1 MAINS THERMISTOR OPE 
3779D-23 SEP84 WN SER 2414000334 TO 2414U00403.PERF REPL FOR ASSY A1,A8,8A9 
3779D-24 NOV84 WN ALL SER.RETROFIT OF OPT H10/103 4204A OPE 
3779D-25 JAN8S WN SER 244 TO 333.IMPR RETURN LOSS MEAS PERF ae OPE 
3779D~26A FEB85 WN SER 00438 & SELOW.PREF REPL FOR ASSY A23,A24,A25,& A26 OPE 
aL ee MAY85 WA SE tOUe Hea THRU 2447U00514.MOD TO PREV DISPLAY INACCUR DURING A-A. OUTBAND da 
ME 
3790-29 JUL85 WN ALL SER.1/0 PROB WITH EPSON PRINTERS & THE PMA nan 
37790-001 OPER MAN MAY82 03779-90007 AUG82 03779-90032 8L 01 14 03 or 
|: 3779D-002 OPER MAN MAY82 03779-90007 AUG82 03779-90032 8L 01 14 03 420 
3779D-003 OPER MAN MAY82 03779-90607 AUG82 03779-S0032 8L 01 14 03 421A OPE 
3780A OPER MAN JUL75 03780-90000 DEC75 03780-90025* 8L 01 14 01 USE 3780A FICHE 03780-90036 422A OPE 
OPER & SERV MAN JUN77 03780-90008 AUG80 03780-90033* 8L 01 14 08 USE 3780A. FICHE 03780-90048 OPE 
OPER MAN MAR77 03780-90011 JUL?7? 03780-90036* 8. 01 14 01 USE 3780A FICHE 03780-90046 
OPER MAN JUL79 03780-90021 OCT79 03780-90046* 8L 01 14 01 USE 3780A FICHE 03780-90049 423A OPE 
OPER & SERV MAN MAR81 03780-90023 MAY82 03780-90048 8.01 14 09 SEE TITLE PAGE FOR OPTIONS COVERED 
MAN geri FEB82 03780-90023 A423A/424A SER 
OPER WW, MAR83. 03780-90024 JUL83 03780-90049 8L 01 14 01 423 
SERV NOTE SET BELOW OcT85 ; ; 
3780A-178 FEBSS WN ALL SER.RETROFIT KIT INSTRU OPT 100 4238 OPE 
phat JUN85 WN fee seyeoee & BELOW.RETROFIT KIT TO INCORPORATE EQUALISER & ATTEN IN EXISTING ~~ OPE 
3780A~27A JAN84 WN ALL SER.RETROFIT OF OPT 101 S 424A OPE 
3780A-28 JANS4 WO ALL SER.MOD TO PREV PWR SUPPLY FAILURE OPE 
3780A-29 - .JUN84 WN OPT 100:SER 1804U00523 & A NARe BaD pte SER 1915U00976 & ABOVE; ALSO oFT 103. OR 104. OPE 
CONT'D MOD TO PREV SYNC LOSS IN BINARY MOD 
37780A-30 JAN85 WO OPT 100 & 101.PREF REPL FOR A13@5 t A13Q6 425A 
3780A~31 MAY85 WA SER 2224U02486 TO 2224U03100 & 2449003101. TO 2449U03165. PREF REPL TO PREV FAIL OF 
CONT'D A37 SYSTEMATIC ERROR DETECTOR & A38 ERROR COUNTER/CONTROL LOGIC 8D 
37808 SERV NOTE SET BELOW APR84 


11/08/85 : . PAGE 177 | | 91/08/85 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART M P DP MODEL 0 
NUMBER = C TYPE -——s*iDATE NUMBER DATE NUMBER LT VG a ae NUMBER —C 
. kek DESCRIPTION *#* DESCRIPTION #** DESCRIPTION eek - DESCRIPTION ak DESCRIPTION tik ee, 
3781A “OPER MAN APR81 03781-90010  0CT81 03781-90035 8L 01 14 01 ees vas PT 25a. #25 
ie ~~ SERV MAN NOVBS 03781-90017 APRB4 03781-90042 BL OT 14 04 ee ee . oS ny 425) 
ee SERV NOTE SET BELOW JSUL83 de ee ee . ee ees ne eee tL 
378A. ‘NOVB1 WO ALL SER PREF REPL FOR A25R1. ee — eee oe 
3781A-2 _ FEB83 WO ALL SER-REC MOD TO PREV SUBSEQUENT. PWR SUPLY FAILURE eet 4260A OPET 


3781A-3 ORE: FEB83 WN ALL: SER.PREV MAIN TO MINIMISE POS OF INTERMITTENT FAILURE Resto Male A a ie u OPEL 


| 37808 


11/08/85 
MODEL 
NUMBER 


37814 


3781A-001 
-3781A-002 


3781A-061 
| 3781A-062. 


37818 


3782-001 
3782A-002 
-3782a-061 
3782A-062 
37628 


11/08/85 
MODEL. 
NUMBER 


37828 
3783A_ 


CONT'D” 


_ SERV-NOTE SET BELOW 


LITERATURE 
“TYPE 


OPER an 
SERV MAN 


SERV NOTE SET BELOW 
 3781A~1 N 
~ 3781A-2 


3781A-3 


“OPER MAN 


OPER MAN 
OPER MAN 
OPER MAN 


OPER MAN 
MAN eee 
SERV M. J 
SERV NOTE SET BELOW 
3781B-1 


37816-7 


OPER MAN 
SERV MAN 


3782A-2 
37782A-3 
3782A-4 
3782A-5 
OPER MAN 
OPER MAN 
OPER MAN 
OPER MAN 
OPER MAN 


MAN CHANGE 
SERV MAN 


M 
SERV NOTE SET BELOW ; 


“MAN CHANGE A 
- SERV NOTE SET BELOW 
37828-1 J 


37828-7 


LITERATURE. 
TYPE 


37828-8 


SERV MAN 
MAN CHANGE - 
OPER MAN 

SERV NOTE SET ‘BELOW 
3783A-1 


ZIRWAaD 


a ee ee ee 


wwe eww 


See twiww § 


FEU IVIOT ASS ALL FREY TALL VF 


A37 SYSTEMATIC ERROR DETECTOR | & A3B ERROR t COUNTER/CONTROL LOGIC BD 


ne H/C PART 


ATE NUMBER 


APR8&4 


FICHE 
DATE RU 


PAGE 177 


FICHE PART M PD P 


BER L T VG 
kkk DESCRIPTION xxx DESCRIPTION eke DESCRIPTION *** DESCRIPTION kk DESCRIPTION, kick 


~ APR81 03781-90010 


NOV83 03781-90017 


0CT81. 03781-90035. 
arene 03781-90042 


JUL8 
WO ALL SER PREF REPL FOR A25R1 


BL 01 14 01 
8L 01 14 04 


WO ALL SER.REC MOD TO PREV SUBSEQUENT PWR SUPLY FAILURE 
WN ALL SER.PREV MAIN TO MINIMISE POS OF INTERMITTENT FAILURE 


| 03781-90010 
| 03781-90010 
03781-90010 
03781-90010 
03781-90001 


03781-90001 
03781-90003 


0CT81 03781-90035 
OCT81 03781-90035 
OCT81 03781-90035 
0CT81 03781-90035 
MAY82 03781-90026 
APR84 03781-90028 


8L 01 14 01 
BL 01 14 01 
8L 01 14 01 
8L..01 14 01 
8L 01 14 01 SEE TITLE PAGE FOR OPTIONS COVERED 
8L 01 14 05 


WO SER 2049U & BELOW. MOD TO PREV POSS PWR SUPPLY FAILURE AT HI TEMP 


WO SER 2049U & BELOW.REC REPL OF 15V RECT DIODES A30CR26-29 
WN ALL. SER. REPL FOR AUXILLIARY XFMR 

WA SER 204900201 & BELOW.RED OF PWR DISSIPTN OF A25R1 

WO ALL SER.REC MOD TO PREV SUBSEQUENT PWR SUPLY FAILURE 

WO ALL SER.WHERE THE PROTECT FUSES ARE LOCATED: 

WO ALL SER.INCORREC DATA GENERAT ON DSK~1 & DSX-1C RATES. 


03781-90010 
03782-90013 


O0CT81 03781-90035 | 


DEC84 03782-90038 
UL8& 


8L 01 14.01 
SL 01 14 04 


J 
WN ALL SER.PREV MAIN TO MINIMISE POS OF INTERMITTENT FAILURE 


WO ALL SER.WHERE THE PROTECT FUSES ARE LOCATED 
WO ALL SER.MOD TO PREV PWR SUPPLY FAILURE 
WO ALL SER.PREF REPL FOR A32Q12 & A32Q13 


03781-90010 
03781-90010 
03781-90010 
03781-90010 
eters 


03782-90003 
03782-90003 


0CT81 03781-90035 
0CT81 03781-90035 
0CT81 03781-90035 
OCT81 03781-90035 


MAY82. 03781-90026. 


JUL83 03782-90028 


8L 01 14 01 
8L 01 14 01 
8L 01-14 01 
8L 01 14.01 
BL 01 14 01 SEE TITLE PAGE FOR OPTIONS COVERED 
8L 01 14 05 


JULB4 
WO SER 2049U & BELOW.MOD TO PREVENT POSS PWR roel AT HI TEMP 


WO SER 2218U00266 & BELOW.PREF REPL OF A32 ASS 
WN ALL SER REPL FOR AUXILLIARY: XFMR 
WA SER 2123U00201 & BELOW.RED OF PWR DISSIPTN OF A25R1 
FEB83 WO ALL SER.REC MOD TO PREV. SUBSEQUENT PWR SUS:.Y FAILURE 
OCT83 WN SER 2310U00396 & BELOW.PREF REPL OF REFEF SEQUENC GEN A3S ASSY 


H/C H/C. PART 
DATE NUMBER. 


FICHE 


FICHE PART. 


~JANS4 WO ALL SER.WHERE THE PROTECT FUSES ARE LOCAYED 


PAGE 178 
MP OD f 


DATE NUMBER LTV 
xkk DESCRIPTION *** DESCRIPTION ake DESCRIPTION blatad DESCRIPTION 4 kick DESCRIPTION it 


AUG8O 03783-90000 
- FEB81. 03783-90000 
-JAN80 03783-90001 


JUL8Z WA SER 194 


148 @9 tt aif. een 


- FEB84 WN SER 2341U00891 & BELOW. MOD TO RETROFIT “DSK=3 MON" FACILITY 

| MAYB2. 03783-90025 BL ot 14 03 

~APR8O. 03783-90026 a 01 14 o1 
7000154 BELOW.P POS INSTRU MALFUNC IN KOISY ENVIRON WHEN OPT O02 IS FITTED. 


11/08/85 
MODEL 


NUMBER : 


427A 


“42700 


11/08/85 
MODEL 
NUMBER 


c 


C 


3fOc5"5 FEBSS 
3782B-7 


WO ALL SER.REC M 


OD. TO PREV SUBSEQUENT PWR SUF..Y FAILURE 


OCTS3 WN SER 2310U00396 & SELOW.PREF REPL OF REFEF A aie ity GEN A35 ASSY 
~JAN84 WO ALL SER.WHERE THE PROTECT FUSES ARE LOCATE 


11/08/85 PAGE 178 41/08/85 
_ MODEL LITERATURE H/C H/C PART FICHE . FICHE PART P D e or MODEL. ol 
NUMBER TYPE DATE NUMBER DATE NUMBER. OL Vv “NUMBER c 
_ wee DESCRIPTION ##% DESCRIPTION #*% DESCRIPTION ete DESCRIPTION #ee DESCRIPTION al 
37828 37828-8 FEB84 WN SER 2341000591 & BELCW.MOD TO RETROFIT "DSK-3 MON" FACILITY 427A 427A~¢ 
3783A SERV MAN . AU680 03783-90000 MAY82 03783-90025 8L 01 14 03 4270A. OPER 8 
MAN CHANGE FEB81 03783-90000 OPER § 
OPER M JAN80 03783-90001 APR8O 03783-90026 8L 01 14 01 MAN Ci 
SERV NOTE SET ‘BELOW : ocTs2 MAN. CE 
-. 37B3a-1 JUL8Z WA SER 1947U00151 & BELOW.POS INSTRU MALFUNC IN NOISY ENVIRON. WHEN OPT 002 IS FITTED MAN CE 
~ 37B3a~2 JUL82 WN ALL SER.PREF REPL FOR RECHARGBL BATTERY SERV | 
3783a-001 SERV MAN . AuGBE 03783-90000 MAY82 03783-90025 81 01 14 03 4270A- 
oe MAN CHANGE - FEBB1 03783~90600 4270A- 
OPER MAN. JAN8O 03783-90001 APRBO 03783-90026 8L 01.14 01 Rz70Ae 
3785A OPER MAN 03785-90004 MARS82 03785-90029 8L 01 ts 01 SEE TITLE PAGE FOR OPTIONS: LISTED. 4270a- 
SERV MAN 03785-90010 MAR83 03785-90035 8L 01.14 06 4270A- 
SERV NOTE SET BELOW JUL8 a0 oo M2 70K 
785A~1 SER 2128U90116 & BELOW.MOD TO LIMIT BIAS ON CAPACITOR A3601,C2, (&C3 FOR OPTOO1) 
SER 2226U00210 & BELOW. IMPR IN SYNTH BUFFER LOADING 4271A OPER & 
SER 2208000131 & BELOW.MOD TO PREV PWR SUPPLY OSCIL WHEN A30C29,C30 ARE REPLACED ’ OPER & 
SER 2226U00229 & BELOW.MOD TO PREV POS LATCH=UP OF CLOCK. TRANSITION DETECTOR SERV A 
SER 2226U00229 & BELOW.MOD TO PREV 34MHZ VCO INSTABILITY 4271A- 
SER 222600237 & BELOW.PREV POS DAMAGE TO A35U27 4271A- 
ALL SER. PREF REPL FOR A30 Q9 & Q10 7 4271k- 
; ALL SER.REC MOD TO PREV SUBSEQUENT PWR SUPLY FAILURE oes 
ALL SER. PREF REPL FOR A3SU2 4271A~005 OPER h 
3785A~10: SER 2244U & BELOW.RED. OF DISPLAY RESIDUAL JITTER IN THRU DATA MODE coe! 
3785-11 ALL SER.MOD TO PREV PROCESSOR RAM FAILURES 42718 ~ OPER 8 
3785A~12 ALL SER.PROC FUSE LOCATIONS . OPER § 
SER 2402U & BELOW.REC REOCESSOR RAM SOCKE™? OPER § 
ALL SER.RETROFIT INSTRU FOR OPT 062 OPER t 
SER 2409U & BELOW.PREF REPL FOR ROTORY PULSE GEN MAN Ch 
3785A-16 ALL SER.PREF REPL FOR A11U33 ace 
SERV MAN 03785-90011 JUL83 03785-90036 8L 01 14 06 7 - 
SERV NOTE SET BELOW ocTas 4271B-101 OPER 
37858~1 HA 2131000111 & BELOW.MOD TO LIMIT BIAS ON CAPACITOR A36C1,C2,C3 . MAN CA 
KO 2216U00130 & BELOW. IMPR IN SYNTH BUFFER LOADING 
wo 2212U00121 & BELOW.MOD TO PREV PWR SUPPLY OSCIL WHEN A30C29,C30 ARE REPLACED M2724 OPER & 
WA 2228000145 & BELOW.MOD TO PREV DS3 RECEIVER VCO INSTABILITY MAN. Ch 
WA 2228000156 & BELOW.PREV OF POS DAMAGE TO A35U27 
wo SER.PREF REPL FOR A30.Q9 & @10 4273A OPER § 
wo SER.REC MOD TO: PREV SUBSEQUENT PER SUPLY FAILURE OPER & 
WO SER. PREF REPL FOR A35U2 
wo 2248U & BELOW.RED OF DISPLAY RESIDUAL JITTER IN THRU DATA MODE 4273A~-006 OPER. % 
WN SER.REC REPL PROCESSOR: RANS TO PREVENT FAIL PER & 
we SER.PROC FUSE LOCATIONS ‘ 
we 2402U. & SELOW.REC REOCESSOR RAM SOCKETS 4274A 


is WN SER.RETROFIT INSTRU FOR OPT 062 
-37856-14 WN 2408U & BELOW.REC REPL FOR ROTCRY PULSE GENERATOR 


~ SERV MAN 03790-90000 SEP77 03790-90025 8L 01 14 03 


MAN. CHANGE 03790-90000 
SEP7?7 03790-90026 . 8L 01 14 G2 


SYSTEM SERV MAN 03790-90001 
MAN CHANGE 03790-90001 
JUL75 03790-90027 8L 01 14 01 


OPER INSTR 03790-90002 


11/08/85 : : ag het : PAGE 179 11/08/85 ve 
‘MODEL 0 LITERATURE H/C. H/C PARE FICHE FICHE PART F D e MODEL 0 LI 
NUMBER C TYPE DATE NUMBE DATE NUMBER L Vv NUMBER Cc 
tik DESCRIPTION tik DESCRIPTION kk “DESCRIPTION lala DESCRIPTION. wkK DESCRIPTION ink ; 
3790A .. SERV NOTE SET BELOW 4274A MAN CH 
oo  3790KN1 MAR76 WA SER BELOW 4450u00"11. MOD. TO IMPR GROUP DELAY RESPONSE AT 83A KKZ ae of Ss "s oo” SERVENE 
© 3790A-2 - MART6 WA SER BELOW 1450U00116.FIXED OSCIL MODULATION. SENSITIVITY ADJUSTMENTS: eae ae 2 We TMAN 
3790A-3.  MAR76. WA SER. BELOW. 1450000176. IMPR IF FREQ STB pe ae : oe bee CONTD. 
3790A-4A JAN78 WO ALL SER.PREF REPL FOR A15CR23.. ~ fe ; ee Grou as WO Tha 
“5 3790As5 ee NOV77. WO ALL SER.PREF REPL FOR A9C6 | aay hese CONTD: 
“37906 : NOV77. WO. ALL SER.PREF REPL. FOR NIMC! AZNC1, ABMC1,ATIHC1 AT IHC2,ATINGS, AT2NCL, al2mce & M3MCB : A27hA- 
—  B790k-7 JAN7S WA SER BELOW 1741U00156. UNDERRATED RES IN PWR SUPPLY ASSY A15R33 A27hAWE 


3790A-8. ~ =—s—(“‘ié‘ést*S*SC ANB WN SER BELOW 1625U00121. REMOVAL OF +15V & -15V RECT FM AIS PC BD TO REDUCE TEMP ON@D boa ee. CONTD 


CUS VIII SVE Vest FU : Ss : : SERV. M 


OPER INSTR JANOO 03790-90002 JUL75 03790-90027 8L 011401 ay _. SERV. Mi 


11/08/85 ; rn 7 Bed PAGE. 179 11/08/85 . 
MODEL 0 LITERATURE H/C H/C PART... FICHE FICHE PART M P 7 e MODEL Oo. LI 
NUMBER C TYPE DATE NUMBER DATE RUMBER. LT . NUMBER iC 

; aoe wkk DESCRIPTION *** DESCRIPTION *e* DESCRIPTION ks DESCRIPTION *#* DESCRIPTION *t* ag 
3790A SERV NOTE SET BELOW JUL8O 474A ‘h HAN. CHAI 
3790a~1 MAR76 WA SER BELOW 1450U00111.MOD TO IMPR GROUP DELAY RESPONSE AT S3A KHZ. SERV NO: 
3790A~-2 »o. MARZ6. WA: SER BELOW 1450U00116. FIXED OSCIL MODULATION SENSITIVITY ADJUSTHENTS 6274A~1 
3790A-3 ~ MAR76 WA SER BELOW 1450000776. IMPR IF FREQ STB CONTD 
- B790A-4A JAN78 WO ALL SER.PREF-REPL FOR A15CR23 4274A~2 
3790-5 -'NOV77 WO ALL SER.PREF REPL FOR A9C6 ONTD 
3790A-6 “| NOV77 WO ALL SER.PREF REPL FOR AinCt AZMCT, ABNC! -ALIMCIsA11NC2; AT 1HC3;ATANEL ATaNC? & AI3MC8 4274A-3 
3790A-7 JAN78 WA SER BELOW 1741U00156.UNDERRATED RES IN PWR SUPPLY ASSY A15R33 S274 Ar4 
~ 3790A-8 ‘ JAN78 WN SER BELOW 1625U00121.REMOVAL OF +15V.& -15V RECT FM A15 PC BD TO REDUCE TEMP ON BD CONTD 
3790A-9 MAR8O WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) rth 
3791A SYSTEM SERV MAN. - JAN75 03790-90001 SEP77 03790-90026 &L 01 14 02 A274A-7 
HAN CHANGE -. DEC76: 03790-90001 4274-8 
OPER INSTR ~ JANOO. 03790-90002 JUL75 03790-90027 8L 01 14 01 4274A~-9 
SERV BAN NOV74 03791-90000 SEP77 03791-90025 8L 01 14 03 4274a-1( 
MAN CHANG MAR76 03791~S0000 CONTD_ 
SERV NOTES SET BELOW JUL8O 427hA~1 
3794 A~1 MAR76 WA SER BELOW 1450U00111.MOD To IMPR EXT GB INPUT FREQUENCY RESPONSE 4274A-1i 
3791A~-2 MAR76 WO ALL SER.PREF REPL FOR PHASE SENSI DETECTOR ASSEMBLY 4274A-1 
3791A-3 . « APR76 WO. ALL SER.MOD TO STOP NOISE & OSCIL CONTD 
3791 An4 "APR76 WO SER BELOW 1450U00111.PREF REPL A7R4 A274A-1 
3791A-5 WOV77 WO ALL SER.PREF REPL FOR A1MC1 4274A=1! 
~ B791A-6. MAR8G WO. ALL SER.PREF REPL. FOR NPN TRANS. (1854-0071) pial 
37918 SERV MAN JUL79. 03791-90001 AUG83 03791-90026 © 8L01. 14 02 SEE TITLE PAGE FOR LIST OF OF (IONS A27HA-2! 
MAN CRANGE MAY83 03791-90001 boat . S274A~2 
SYST SERV MAN SEP79. 03711-90001 JAN80 03711-90026 8L 01 14 02 nee 
SERV NOTE SET BELOW APR83 4275A OPER MAI 
37718~1 MAR8O WO ALL SER.PREF REPL FOR NPN TRANS (1854-0071) OPER MAI 
3791B-2 OCT8Z WN ALL SER.RETROFIT PROC FOR OPT 210,211,212 & 221 OPER MAI 
37918~3 OCT82 WO SER 1910U00341 & BELOW.PREF REPL FOR AMPLF ASMC1 areas 
3792A SYSTEM SERV MAN sacs relates th SEP77 03790-90026. 8L 01 14 02 “ SERV. MAI 
eo MAN CHANGE DEC76. 03790-9000 SERV MAI 
@PER INSTR JANOO 03790-90002 JUL75 03790-90027. 8L 01 74 01 SERV MAI 
SERV MAN ocT75 03792-90000 NOV78 03792-90025 8. 01.14 05 MAN: CHAI 
MAN CHANGE MAY78 03792-90000 SERV NO’ 
SERV NOTE SET BELOW JUL8G. 4275A-1 
3792-1 MAR?6 WO SER BELOW 1450U00116.PREF REPL FOR A6C4 & AGCB CONTD 
-3792a~2 AUG76 WO ALL SER.PREF REPL FOR A23MC2 &275A-2 
3792h-3 NOV77 WO ALL SER.PREF REPL FOR Az4C20 4275A-3 
3792a-4 NOV77. WO ALL SER.PREF REPL FOR AQUCAT ?AZHCI9, ADMC25, AMC26, A2MCZB, ASMCS, AAMC /AMMCS,AZ2MC1, 4275A~4 
- CONTD A23MC1,A24MC1,A24MC2,A24MC3,A25MC7,A25MCB & AZSMC9 4275A-5 
3792A-5 MARSO WO ALL SER-PREF REPL FOR NPN TRANS (1854-0071) ABSA 
| 3793A . | SYSTEM SERV MAN JAN75. 03790-90001 SEP77 03790-90026 8L 01 14 02 4275A-7. 
HAN CHANGE DEC76. 03790-90001 4275A-8 
OPER INSTR ~. JANOO 03790-90002 JUL75 03790-90027 8L.01-14 01 4275a-9 
SERV MAN “ NOV?4 03793-90000 JUL75. 03793-90025 . 8L 01.14 02 ONTD 
MAN. CHANGE MAY75 93793-90000 A275A~1 
SERV NOTE SET BELOW JUL83 4275a-1' 
3793-1 MAR8O WO ALL SER.PREF REPL. FOR WPN TRANS..(1854-0071) i pleat 
37938 SERV. MAN JUL79. 03793-90001 AUG83. 03793-90026 8L 01.14 02 SEE. TITLE PAGE FOR LIST OF OPTIONS 4275A~1) 


MAN CHANGE MAY83 03793-90001 


4275 An2: 


11/08/85 eee ; ee ee edge atte , PAGE .180 : 11/08/85. 
MODEL. 0 LITERATURE H/C H/C-PART = FICHE = FICHE PART = M i DOP : oes a 0. Litt 
NUMBER Co TYPE DATE. NUMBER DATE NUMBER = OL VG NUMBER oe ‘ 
; Sg a teteke DESCRIPTION ak DESCRIPTION week DESCRIPTION kk DESCRIPTION ake DESCRIPTION werk : : as 
37938 . SYST SERV MAN = ~ SEP79 03711-90001, JANBO 03711-90026 SL o1 14 02 ; | 4275A ~ M275A~23 
SERV NOTE SET SELCGW JANS4 : een Teh: oe oy : 
3793B~1 “< MAR8O WO ALL SER.PREF REPL FOR NPN TRANS. (1854-0071) ee f aoe 4&276A » 5 QPER & SI 
37938-2000 OCT81 WO SER BELOW 00256 PREF REPL FOR A3E1 12.140 MHZ TCXO - pgs Sid = : MAN. CHAN( 
3793B-3 ~ OCT82 WN ALL SER.REYROFIT PROC FOR OPT 219,211,212 & 221 : ie : os on 
/BT93B4  FEBB3 WC. SER 2309U00446 & BELOW.MOD TO PREV FOSS DEGRADATION OF AM TO PM PERF a -  f 4277k.. ~ OPER & SI 
3793B-5 e - OCTBS WO SER 2309U00456 t BELOW.MOD TO REDUCE RIPPLE ON DIFF PHASE DISPLAY. AT LOW SIG LEVEL cee ae a ses 
a = ee : fees sng Pe MA P 
S800A- 22. OPER MAN: ~ ganoo 63800-90007 JUL74 03800-90057 a 09: 022208 od ae : - SERV NOTI 


SERV MAN = JANOD 03800-90013 = JUL?4 3800-90065 LC Meee ee Se eee ee ee te ee tig) oe 


11/08/85 
MODEL 
NUMBER. 


37938 


38004 . 
38008 
3801A 


3801A/8 


LITERATURE 
TYPE 


SYST SERV MAN 
SERV NOTE SET BELGW 
37938-1 

37938~2 

3793B-3 


3793B-4 
37938-5 


OPER ‘MAN 


~SERV MAN 


OPER MAN 
OPER MAN 
SERV MAN 


OPER HAN 
SERV MAN 


SERV. NOTE SET BELOW 
3801A/8~-1 


 BBO1A/Bo2 | 


3801A/B8-3 
3801A/8-4 
3801A/B-5A 
3801A/8-6 
S3R07A/B-7 
2391A/8-8 
3801A/B-9 
3801A/B10 


OPER MAN 
OPER MAN 


~ SERV MAN 


OPER MAN 
OPER MAN 


SERV INAN 


OPER NOTE 

OPER & SERV MAN 
OPER & SERV MAN 
SERV. NOTE SET BELOW 
382A-1C 

382A-2F 


SERV MAN 
MAN. CHANGE 


OPER NOTE 
MAN CHANGE’ 


OPER NOTE 


- OPER & SERV MAN 


SERV NOTE SET BELOW 


H/C 
DAT 


SEP79 


MAR8O 
OcT81 
ocTs2 
FEB83 
ocTs3 


‘JANOO 


JANOO 


~ JANOO 
JAN?7 


JAaNOG 


JANOO 
JANOO 


H/C PART . FICHE FICHE. PART M PDP 
NUMBER DATE - NUMBER 


LTV. 6 
wkk DESCRIPTION *** DESCRIPTION wee DESCRIPTION *kk DESCRIPTION ee DESCRIPTION ee 


03711-90001" : AANEO 03711-90026 8L 01 14 02 


WO ALL SER.PREF REPL. FOR NPN TRANS (1854-0071) 

WO SER BELOW 00256 PREF REPL FOR A3E1 12.140 pu TCXO 

WN ALL SER.REYROFIT PROC FOR OPT 210,211,212 & 22% 

WC SER 2309U00446 & BELOW.MOD TO PREV FOSS DEGRADATION OF AM TO PM PERF 

WO SER 2309U00456 & BELOW. MOD ‘TO REDUCE RIPPLE ON DIFF PHASE DISPLAY AT LOW SIG LEVEL 


€3800-90007 JULT4 03800-90057 1.09 02 
03800-90013  JUL74 03806-90063: 01 09 03 


03900-90004  JUL74 03300-90051* 01 09 02 USE 38008 FICHE 03800-90035 
03890-90005 SEP83 03800-90055 8 01 09 02 
03809-90013 JUL74 03800-90063 01 09 03 


03800-90007. ——- JUL74 03800-90057 01.09 02 


03800-90013 JUL74 03800-90063 . 01.09 03 


MAY78 
AVAILABLE 
AVAILABLE 
AVAILABLE 
AVAILABLE 
1149A01201 & UP.REC REPL FOR 1420-0092 LEAD-GEL BATTERIES 
SER.REC REPL OF PWR UNIT METERS 
AVAILABLE 
Nierrer a 
AVAILA 
BELOW 1304A04550. REC FSE CLP ‘REPL 


03800-90004 JUL74 03800-90051* 07 09 02 USE 3801B FICHE 03806-90055 
03800-90005 SEP83 03800-90055 dL 01 09 62 
03800-90013 JUL74 03800-90063 01 0):03 


03805-90001 JUL74 03805-90051* 01 09 OZ USE 3805A FICHE 03805-90052 
03805-90002 SEP83_ 03805-90052 8L 01 09:01 


03810-90011 APR8S 03810-90061 8L 01 09 
00382-90024 SEP77? 00382-90025* 81.01 04 
00382-90029 AUG80 00382-90031* SL 01 04 
00382-90037 JUL84 00382-90038 8.01.04 


MAY78 
CALIB + ALIGN PROCEDURE 
WN ALL SER.RESISTIVE CARDS REPL PROC 


03829-90010 APR85 03820-90060. BL 01.09 
03820-90010 


00393-90005 
00393-90005 


00394-90004 
00394-90005 


USE 382A FICHE 00382-90031 
; USE 382A FICHE 00382-90038 


SEP77. 00393-90006 8L 01 04 01 


JAN77. 00394-90005* 01-04 01 USE 394A. FICHE 00394-90006 
Mey 00394-90006 8t 01 04 01 


- PAGE 180 


11/08/85 
MODEL 


NUMBER 


42754 
| 42764 


427A 


4277A-HO3 
4277A-HO4. 
428A 


4288 


4280A 


4282A 


430A 


; 4305 
430¢ 


| 43014 


) _ LITER 
Cc 2 TY 


4275Aa~23 


OPER & SER 
MAN CHANGE 


OPER .& SER 
- MAN CHANGE 
MAN: SUPPL 
SERV. NOTE 
S277A-6. 


“OPER & SEF 
OPER & SEF 
OPER & SEF 

SERV NOTE 
428A-1 
A28A-2C 

OPER & SEF 
OPER & SER 
MAN CHANGE 
428B-2 


OPER .& SER 


SERV NOTE. 


4280A-7 


OPER & SER 
OPER & SER 
OPER & SFf 
SERV NOTE 
A282A~6 


OPER & SER 


OPER & SER 
SERV NOTE 
4308-1 
4308-28 


OPER & SER 
MAN CHANGE 
SERY NOTE 
430C-28 


OPER & SER 
MAN CHANGE 


He aE 
PALL Hee Renee SER UES SOU ANARBATACHANUSERSREEREGERIEQUEINNE 
SUGURERDRIADLERURKIEGURGTRRERRRRTECLURESRSERDOTERAORERNEREDE 

cePanOaE mun GURERREESOSREINGE 


HHTERGESHAAMEEEESESPOANcAHOGTAAGALAALEEE 


PAGE 166 41/08/85 
: MODEL 


ee NUMBER 
YESCRIPTION st : 
394A 
3950 : 


3950A 

| 3950a-011 
39508 
39508-011 


‘ARE CASCADED & 
| 3955 


10-0374 


MBLY. aoe 
(ITH FIXED CLOCKS 
y 


‘LITERATURE 
TYPE 


394A-1 


SERV NOTE SET BELOW 
3950A/8-1 
3950/5955-1 
3950/3955-2 
3950A/B-2 

3950-3 
3950~4/3955-6 
3950-5 /3955=8 


OPER & SERV MAN 

MAN SUPP’ 

OPER & SERV MAN 

MAN SUPP 

SERV NOTE SET BELOK 
3950/3955-1 
3950/3955-2 
3950-4/3955-6 


3950-5/3955-8 
A de 


SERV NOTE SET BELOW 
3960-1 


| 3960-2 
-3960-3A 


3960-4 
3960-5 
3960-6A 


~ 3960-7 


3960-8 
3960-98. 
3960-100 


39604-2238 
3960A-24 
3960A-25. 


H/C 
DAT 


FEB70 


FEB68 
APR67 


MARGS. 


MAR7O 
MAR74 
JUN?1 
JAN72 


APR68 
NOV70 
APRSS 
NOV70 


APRO7 
MAR68 
JUN71 
JAN72 
FEB68 
MAR71 
MAR71 
APR71 


DEC69 
DEC69 
AUG670 
FES70 
MARZO 


H/c PART FICHE FICHE PART M PD a 
NUMBER DATE NUMBER 


LT VY : 
eke DESCRIPTION *k* DESCRIPTION tke DESCRIPTION belated DESCRIPTION ikke PESCRIPTION tekk 
WN SER 1834 + UP.ABSOLUTE ACCURACY SPECIFICATION CORRECTION. 


MAY78 
PREVENTIVE MAINTENANCE OF CONTACTS 
RECOMMENDED NOISE FILTER 
REC. TEST EQUIP.SERV TOOLS.& ACCESSORI 


INTERCHNG OF 3540 DIRECT RECRD & 3543 DIRECT REPRODUCE AMPLFR & THEIR EQUALZR INSERT 
WO REPL LEADS FOR 2 MHZ ANALOG RECORDER 

WN SER BELOW 1106.MOD TO STOP DESTRUCTION OF RECORDED DATA . 
WN SER BELOW 1040A.NEW MICROPHONE ASSY 

03950-90012 JAN82 03950-9006F 8L 0111 02 | 
03950-90019 -JAN82 03950-90069 8b 01 11 01 

03950-90012 . JAN82. 03950-90062 8st 01°11 02 


03950-90019 JANB2 03950-90069 8. 01 11 01 


MAY?8 
REGOMMENDED NOISE FILTER 
REC TEST EQUIP.SERV TOGLS.& ACCESSORI 


SER SELCW 1106.MOD. TO STOP DESTRUCTION OF RECORDED DATA 


SER BELOW 1040A.NEW MICROPHONE ASSY 
INSTAL OF E01 RECORD DISABLE SWITCH 


SER BELOW 1104A-03463.MOD TO INHIBIT EXCESSIVE 120 HZ NOISE 
REPL PRTS. ON PRIMARY CAPSTAN ASSY, & COMPLETE REPL OF SECONDARY CAPSTAN ASSEMBLY 


ocT78 
CORRECTION OF MISWIRING 


‘SER 00101 TO 00120 & 137.BIAS TRAP INDUCTOR RELOCATION 
| SER 00101 TO 00120 & 00122/25/26/37/38/39/41.CORREC OF MISWIRING 


941-.MOD FOR IMPR FM RECRD PERF 
941-.MOG TO ELIM FALSE END-OF-TAPE SIGNAL 
TO IMPR REL OF A1S PWR SUPY CARD 
BELOW 1030A00500.REC REPL FOR TRANSISTOR Q1 
BELOW 104GA0595 & -00597/599/601.REC A1S POWER SUPPLY RESISTOR CHANGE 
SER. RECOMMENDED SPARE PARTS ; 
SER.OPERATGR MAINTENANCE ROUTINE 
SER.PREV MAINTENANCE ROUTINE 
BELOW 1006. INSTAL OF NEW: BRAKES 
AVAILABLE 
SER.PROC FOR REPL OF CAPSTAN MOTOR. TACHOMETER, LAMP “ASSEMBLY - 
_SER-REPL OF CAPSTAN MOTOR ASSY 
922A & UP.MOD.10 UP PWR OUTPUT 
4232 & UP.IMPR REEL COVER HINGES NOT AVAILABLE 
SER. OPTIONAL REWIRING OF EOT SWITCHES. TO SERIES 
330A. & UP.2°°R BRAKE ASC PROC 
T3440 & -UP.KES CONFIBURATICN CROSS REFERENCE. SUPER 3960-13A 
SERJACCESS i °=2 ADJ PROC 
SER.RCRO/REFROD HEAD ADJ PROC 
BELOW 7344A.1MPR LO=SPEED FLUTTER PERFORMANCE 
1422A.0PT 050 (REMOTE CNTR) WIRING ERROR. © 
RELOW St2h- SERVO ANP ‘RELIB IMPR 


PAGE 181 


ASIA 


4318 


| 431C 


432A 


432A: 


4328 


PAGE 167 . 


SCRIPTION ieee 
'H.150M6/S NRZ 


INS COVERED. 


NE INTERFERENCE 


ATE ON TERNARY 


INS COVERED 
5A & 5150A PRNTR 


LN. INTERFERENCE. 
ISTOR 


IE & DATA 
2040). 


NUMBER 


| 3960 


3964A 


3964-009 


3964A-010 
3960-021 


39684 


mines 


11/98/85 : 


3960A-238 
3960A-24. 
3960A-25 


-LITERATURE 
TYPE 
3960A-26 
3960A-27 
OPER & SERV MAN 


SERV NOTE SET BELOW 


3964A-1/8864A-1 
3964A-2/8864A-2 
3964A-3/8864A-3 
Path TET BRRAANA 


CONT'D 
3964A-5 /B864A-5/ 
3968A-5 /8868A-5 
3964A~6A/8864A~6A/ 
3968A-7A/8868A~7A 
3964A7/8864A-7/ 
3968A-8/8868A-8 
3964A-8/8864A-8/ 
3968A-9/8868-9 
3964A-9/88G4A-9 
3964A-10 
3964A-11/3968A~11 
3954A-12 

3964-13 

3964-14 

3964A~15 

3964A~16A 

3964A-17A 
3964A-18/3968A-18 


3964A-19 
S5645~20A 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE ~ 


OPER & SERV MAN 


F 
SERV NOTE SET BELOW 


396BA-1A/8868-1A 
3968A-2/B868A-2 
3968A-3/B86BA-2 
3968A-4/8868A-4 
3964A-5 /BB64A-5/ 
3968A-5/8868A-5 
3968A~-6/8868A~6 
3964A-6A/8864A-6A/ 


396B8A-10/8858A-10 A 


3964A~11./3968A-11 


H/C 
DATE 


FEB76 
NOV76 


FEB84 


JUL76 
JUL7S 
JUL76 
OCT76 


OCT76 
AUG85 
APR?77 
APR77 


AUG?7 
AUG77 
JAN7E 
NOV?7 
JAN78 
MAY7S 
JUN78 
JAN79 
MARAS 
MAK80 
OCcT82 
DEC&3 


NOV77 
NOV7?7 


NOV76 
‘AUG85 


APR77 
‘APR7? 


UG77W 
JAN7S. 


1 WA SER BELOW 104GA059S & -00597/599/601.REC MS POWER SUPPLY RESISTOR CHANGE 


WN ALL SER.RECOMMENDED SPARE PARTS | 


WN ALL SER.OPERATOR MAINTENANCE RCUTINE 


WN ALL SER.PREV MAINTENANCE ROUTINE 
WN SER BELOW 1006. INSTAL OF NEW BRAKES 
NOT AVAILABLE 


WN ALL SER.PROC FOR REPL OF. CAPSTAN oe TACHOMETER LAMP ASSEMBLY 


WN ALL SER.REPL OF CAPSTAN MOTOR ASSY 

WN SER 922A & UP.KOD 10 UP PWR ‘OUTPUT 

_ SER 1332A & UP.IMPR REEL COVER HINGES NOT AVAILABLE 
HN ALL SER.OPTIONAL REWIRING OF EOT SWITCHES TO SERIES 
WH SER 1330A & UP.7“°R BRAKE ASC PROC 


OWNSER 13444 & UP.xEG CONFIBURATION CROSS REFERENCE. SUPER 3960-130 
WO ALL SER.ACCESS: i"! ADJ PROC 


WN ALL SER.RCRD/REFAOD HEAD ADJ. PROC 
WO SER SELOW 1344A.1MPR LO-SPEED FLUTTER PERFORMANCE 


} WO SER 1422A.0PT 050 (REMOTE CNTR) WIRING ERROR 


WO SER BELOW 1512A.SERVO AMP RELIB8. IMPR 


PAGE 182 
H/C PART FICHE  #ICHE ART MP p F 


NUMBER DATE NUMBER LT 
kak DESCRIPTION *** DESCRIPTION *e% DESCRIPTION hk DESCRIPTION tick DESCRIPTION the 


WO. SER BELOW 16054. PROC FOR ADD DIODES FOR SERVO. AMPLFR PROTECTION 
WN SER 1418A & UP.NEW CONFIGURATN TABLE 


03964-90007 MAY84 03964-90057 8L 01 11 07 
OcT85 


WO SER BELOW 1620A.MOD TO IMPR FM TAPE SERVO 

WO SER BELOW 1642A.1.5A LINE FUSE FOR 220/240 VAC 

WO SER BELOW 1625A.M0D OF +5V (A). REGLTR 

WA SER 1620A00101 TO. 1620A00114,1625A00116,-0118 TO -00131,-00133. TO -00137,-00139, 
-00140,1629A00142 TO 700148,-00151,8 -00154,MOD. TO REWIRE RECRD/REPRODUCE HEADS - 

WN. SER BELOW 1629A.IMPR REEL MOTORS 


WN. SER BELOW 1702A.IMPR PWR SWITCH 
WO ALL SER.CALIB OUTPUT SHORTS 
WN ALL SER. FET LEAD CONFIGURATION 


WN ALL SEK.OPERATOR INFORMATION 

WO SER 1714A00316-1714A00323.SIGNAL TO NOISE IMPRMT 

WN ALL SER. TROUBLESHOOTING TABLES 

WN SER 1741A & UP.NEW ADJ PROC FOR OPT 021 RECORDERS 

WN SER BELOW 1637A.Fi2 BACKDATING SUPP : 

WO SER 1715A THRU 1807A.MOD TO INCREASE A24F6 FUSE TO. 2.5. AMPS 

WM ALL SER.PROC FOR ELIM- OF NOISE IN COMBINED: FLUTTER COMP & TAPE SERVO. MODE 
WO SER 1715A THRU 1814A.REC MOD OF A24& F1 & F2 TO 5 AMPS 

WN SER 2314A & ABOVE.NEW TYPE REC INSTRSUMENTATION RECORDING TAPE 

WN ALL SER.NEW ADJ PROC FOR FM DATA ASSY'S.FOR 3964A P/N 03964-60506 - 
WN ALL SER.MISLABEL FM DATA PCA'S 

WN ALL SER.FM DATA PCA P/N 03964-60506. OR 03964-60508 CALIB INSTRUC 


03964-90009 DEC77 03964-90059. 8L 91 11.01 
03964-90009 DEST? 03964-90059 = 81. 83 14 01 


03964-90008 AUG79 03964-90058  8L.04 14 02 
03964-90008 
03964-90007 Do atrac 03964-90057 8L 01.11 07 
WO SER BELOW 1622A.MOD TO IMPR FM PERF... 

WO SER BELOW 4617A.MOD TO MODE & SPEED. COKTROLY 


WO SER BELOW 1624A.REC 1.5A LINE FUSE FOR 220/24) VAC 
WO SER BELOW 1626A.MOD TO +5V (A) REGLTR. 


6 WN SER BELOW 1629A.IMPR REEL MOTORS 


HO SER BELOW 1637A.CORREC OF ERRATIC FM TAVE SERVO 
WN SER BELOW T702ZA.IMPR PWR SWITCH - 


WO ALL SER. CALIBRATOR OUTPUT SHORTS 
WN. ALL SER. FET LEAD CONFIGURATION 


WN ALL SER: OPERATOR INFORMATION 
WN ACL SER. TROUBLESHOOTING TABLES » 


432A-4 
4328 


39688 OPER & SERV MAN — FEB84. 03964-90007 = MAY84 03964-90057 8L 01 11 07 
SERV NOTE. SET BELOW: OCTS8S 
S968A~1A/8868-1h JUL76 #O SER BELOW 1622A.MOD TO IMPR FM PERF 
3968A-2/8868A~-2 MAY76 WO SER SELOW 4617A.MOD TO MODE & SPEED CONTROLS : 
-3968A-3/B868A-2 JUL76 WO SER BELOW 1624A-REC 1.5A.LINE FUSE FOR 220/249 VAC 
3968A-4/8868A-4 JUL76 WO SER BELOW 1626A.MOD TO +5V (A) REGLTR.. 
 3964A~-5/88644-5/ OCT76 WN SER BELOW. 1629A. IMPR. REEL MOTORS © . 
"3968A-5 /8868A-5 
3968A--6/8868A-6 NOV76 HO: SER BELOW 1637A. CORREC OF ERRATIC FM TAPE SERVO 
3964A~6A/8864A-6A/ AUG85S WN SER BELOW T702A.IMPR PWR SWITCH ~ 
. 3968A-7A/SB68A-7A 
V- 3964A-7 /8864A-7/ APR7?. WO ALL SER.CALIBRATOR OUTPUT SHORTS 
f 3968A-8 /8868A-8 ae See 
3964A~8/8864A-8/ APR77 WN ALL SER.FET LEAD CONFIGURATION 
396B8A-9/B868A-9 ares 
3968A~10/8858A-10 A UG77W ON ALL SER.OPERATOR INFORMATION 
3964A-11/3968A-11 JAN78 WN-ALL SER. TROUBLESHOOTING TABLES 


PAGE 168 =| | 11/08/85 ae | Se oo PAGE 183° 11/08/ 
- fae (oe MODEL od LITERATURE: H/C H/C PART FICHE ela PART M PD F Het Sa8 ‘MGDEI 
‘ as NUMBER: Cc  OFYPE : DATE NUMBER © DATE MBER LTV 
SCRIPTION wee | : ake DESCRIPTION. xa DESCRIPTION wkk DESCRIPTION. kkk DESCRIPTION tek DESCRIPTION + wk 


3968A ‘ S968A=12)0 0 » NOV7?7 WN SER 1714A & UP.OPT 21 ADJ 
eg - 3968A-13/8868A-11  JAN78 WN.SER BELOW 1637A.FM BACKDATING SUPP 
3968A~14/8868A-12 | MAY78 WO SER. 1715A. THRU 1748A.MOD TO INCREASE A24F6 FUSE TO 2.5 AMPS 
3968A-15/8868A-13  JUN78. WN ALL SER.REC PROC FOR ELIM OF NOISE IN COMB FLUTTER Sind & TAPE SERVO MODE. 
3968A-16A/8868A-14A JAN79 WO SER 1715A THRU .1814A.REC MOD OF A24 F1.% F2 TO.5 AMP 
MAR83. WN SER 2314A & ABOVE.NEW TYPE REC INSTRSUMENTATION RECORDING TAPE. 


3968A-17A 
T VOLTG Des ee - 3964A-18/3968A-18 | MARSO WN ALL SER.NEW ADJ PROC FOR FM DATA ASSY'S.FOR 3968A P/N 03964-60508 
-RINTER/CASSETTE Fee 3968A-19 AUG8O WA SER 2009A01192-01195,01202,01205.CORR FOR POSS HP-IB POWER SOCKET MISWIRE 
ee i 3968A-20 MAR82 WN ALL SER-PROPER PROC FOR HEAD BOUNTINS SCREWS 
3968A-20A DEC82 WN ALL. SER.MISLABEL FM DATA PCA 4342A~ 
3968A-22 NOV83. WN ALL SER.FM DATA PCA P/N 05964-60506 OR 03964-60508 CALIB INSTRUC 
3968A-009 OPER & SERV MAN NOV77 03964-90009 DEC77 03964-90059 8L 01.11 01 
3968A-010 OPER & SERV MAN NOV77 03964-90009 DEC77 03964-90059 8L 01.11 01 
3968A-021 OPER & SERV MAN JUN78 03964-90008 AUG79 03964-90058 8L 01 11 02 
MAN CHANGE APR79. 03964-90008 
4B OPER & MAINT HAN =. JAN64 00004-91332 = NOV71 00004-91382 01.11 01 
| 4s OPER & SERV MAN JANOO 00004-91331 . NOV71 00004-91381 01 11 01 
AL o | ADHD ; FEB85 8L 01 09 02 
SFLAYS a : 400A SERV NOTE SET BELOW JANS2 
400A=2A - VOLTMETER SWITCH ASSY REPLACEMENT 
4008 OPER & SERV MAN JUN62 6908-910 AUG77 4008-960 BL 01 09 01 
“MAN CHANGE JUN62 4008-910 
4 COVERS. ety 
“40D OPER & SERY MAN AUG69 00400-90007 = - FEB85 00400-90057 += 8L 01 09 02 
MAN CHANGE FEB73 00500-90007 
SERV NOTE SET BELOW JAN82 
wae es ee 400D-1C JAN68 WN SER BELOW 1430. TILT STAND INSTALL 
[PUT LEVELS 400D-2E DEC73 WN ALL SER.TEST,ADJ + CERTIFICTN METHODS 
2EQ WIDELY SEP/ 4000-30 ‘OCT64 WN SER 14770 + DOWN. FEEDBACK caRcliT REPLACEMENT PARTS 
os 400D=4C SER 17970 + DOWN. INPUT ATTEN MOD 
400D-5 ‘= CONV 400D,400DR METERS TO 400H/HR,4Q0L/LR METERS 
STABILITY 4000-6 - V1,V2. REPLACEMENT TUBES 435A-0 
eae 4000-8 - CONV 400D TO 400H OR 400L.SUPER 40007 
D=9 - SER ABOVE 017.RANGE SWTCH RESIST SET INSTALLATION 
sO00/H/A-2-88. SEP65 A006, SER 310-4557) TO. 310-46371;400H/L,SER 31322177 TO , 313-2977. MOD TO CORRECT 
FU 
400D/H/L~10¢ DEC69 WN SIMPLIFIED CALI8 PROC 435a-0 
: : oa -- 4SOD/H/L-118 MAY70 WO REPL RANGE SWTCH ASSEMBLY S: 
SRONIZATION 400D/H/L-12 JAN72 WO V1,V2 REPLACEMENT TUBES 
ee 400D/H/L-13 NOV69 WN PROC FOR REPL 6AX5 RECTIFI 
400D/H/L-14 | MAR74 WO 400D SER 1247A59465 + DOWN. ROO, SER 1248438061 + DOWN. 400L ALL SER: FLATTENING F RESP 


i &OOD-HO2 "OPER & SERV MAN AUG69 00400-90007 JAN73 00400-90057 01.09 02 
pe MAN CHANGE . DEC72_ 00400-90007 


OPER & SERV MAN _—OCT75. 00400-90019 
OPER & SERV MAN JANSO 00400-53020. 


1i-ON 


APR78 00400-90066« BL 01 a9 oe USE AQQE FICHE 00400-90067 
SEPS4 00400-90067 ~BL 01. 09 


RONIZATION 


“ON 


RIPTION wee 


4 


MPERATURE 
=TONE MODES) 
)E WITH INPUT 


NT 
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| -$00D-HO2 


PAGE 169 11/08/85. 
ie "MODEL 


| 401 


11/08/85 


A00D/H/L~-10C - - 
AGOD/H/L=118 | 
‘400D/H/L-12 


» 4OQD/H/L=13 


NUMBER: 


400EL 


‘AQ0F 


400F/FL 


400FL 


AOOGL 


a «T= 


 @OOD/H/L=14- 
OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 


OPER.& SERV. MAN 


LITERATURE 
TYPE 


MAN CHANGE 


SERV NOTE SET BELOW 


400E/EL~1 
400EL- 


EL-1 
400E/EL-28 
400E/EL-10 
AQOE/EL~11 
400E-12 


4SOQ0EL-12 


400E/EL~13 
400E-14 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 
MAN CHANGE GMBH 


SERV nae SET BELOW 


400F /FL 
AOOE/FLA1A 
400F/FL-2 
400F/FL-3 
400F/FL~4 
400F/FL-5 
400F~6 
A00FL-6 
400F/FL-7 
400F/FL-8 


OPER & SERV MAN 
MAN CHANGE 
MAN CHANGE GMBH 


OPER & SERV MAN 


-- OPER & SERV MAN 


400H 


400L. 


MAN CHANGE 


rat NOTE SET BELOW 


OGL-1 
4006L-2 
4006L-3 


OPER. & nace MAN 


MAN: CHAN 
SERV NOTE SET BELOW 
400H- 


OPER & SERV MAN 


MAN CHANGE 
OPER & SERV. MAN 


1 ern 2 wire 


»-NOV72 00400-90012 


-FEB73 00400-90007 


ae Wigs RereAveMeti. (Ubla 435a~-00 

- CONV 400D TO 400H OR 400L.SUPER 460007 

- SER ABOVE 017.RANGE SWITCH RESIST SET INSTALLATION 
SEP65. ner et ee TO 310-46371;400H/L,SER 313-22177 TO 313-22977.M0D TO CORRECT 

F IRING 
DEC69 WN SIMPLIFIED CALI PROC : 435a-00 
MAY70. 0 REPL RANGE SWTCH ASSEMBLY < : 
JAN7Z WO V1,V2 REPLACEMENT TUBES 
NOV69 WN PROC FOR REPL 6AX5 RECTIFIER 
MAR74 WO 400D SER 1247A59465 + DOWN. 400A SER 1248A38061. + DOWN. 400L ALL ‘SER: FLATTENING F RESP =54°00 
4354 
AUG69 00400-90007 ~ JAN73 00400-90057 Ot 09 02 

DEC?72 00400-90007 
ocT7s 00400-90019 APR78 00400-90066 BL 01 09 02 USE 400£ FICHE 0400-90067 ' : 
JANES 00400-59020 -SEP84 00400-90067 BL 01.09 02 435A-01 


PAGE 184 


H/C H/C PART FICHE FICHE PART M PD P 


noe 
MODE! 


DATE NUMBER DATE NUMBER LT V.G | NUMBEN 
xek DESCRIPTION *** DESCRIPTION *** DESCRIPTION blab DESCRIPTION trick DESCRIPTION tik 


JUN84 00400-90020 


SEP84 00400-90067 8L 01 09 02 


ocTs3 
DEC71 WN PIN CONNECTOR COMPATIBILITY 
JUL83 WN SER 2214429268 & rt alan REPL FOR TRANS A2014, 2015842016 
OCT82 WN ALL SER REC PRTS R 
DEC74 WO 400E SER 1Z0BA1B153- + DOWN; 400EL SER 1208A18053 + DOWN. IMPR INPUT “ATTEN 
FEB80 WO SER 536-04253 & BELOW.REC INPUT ATTEN REPL 
SEP81 WO SER. 1208A27069 TO 1208A27405.TRBLESHTNG PROC TO TEST INTERMITTENT METER: CIRCUIT 
SEP81 WO SER 1208A26214 TO 1208A27393.TRBLESHTNG PROC TO TEST. INTERMITTENT METER CIRCUIT 
OCT82 WN 400E:SER 1208429593 & BELOWS4GUEL:SER 2214428523 & BELOW. IMPR OPT: H99 LINE INDICATO 
JUL83 WN SER 1208A29188 & BELOW.PREF REPL FOR TRANS A2Q14,A2Q15,8A2Q16 


OCT?5 00400-90019 APR78 00400-90066* 8 01 09.02 USE 400EL FICHE 00400-90067 
JAN80° 00400-90020 SEP84 00400-90067 8L 01.09 02 

JUN84 00400-90020 
JUL74: 00400-90016 FEB78 00400-90063. 8L 01.09 02 
NOV77 00400-90016 


OCT76 00400-90016 | | ase 


A35A-O1 


435a-011 
435a-012 


| 435a-01: 


ocTs3 
APR70 WO SER 617-01375 + DOWNSREC REPL PARTS 
APR70 WO SER 734-01526 + UPCAO0F/FL);SER 737-00456 + UPC(400GL).A2 CIRCUIT BOARD CHANGE 
SEP66 SER 677-00400 + DOWN.REC REPL PARTS 
NOV66 SER 617-00400 + DOWN.A2R34 REC REPL PARTS 
FEB74 WN SER 734-01525 + DOWN.NOISE PRODLEMS : 
OCT76 WO ALL SER.SELECT C28 FOR FREQ RESPONSE ae 4350A 
SEP81 WO SER G950A13388 TO U950A13597.TRBLESHTNG PROC. TO TEST INTERMITTENT METER CIRCUIT ea 
SEP81 WO SER 0950A13360 TO 0950A13657.TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRCUIT 
OCT82 WN 400F:SER 0950A14305 & BELOW;400FL:SER 2213414250 & BELOW. IMPR OPT H99 LINE INDICATOR 43508 
JUN83 WN SER 734-01526 & ABOVE.PREF REPL FOR TRANS A2Q1 


JUL74 00400-90016 
NOV7? 00400-90016 
OCT76 00400-90016 


SEP69 00400-90008 


FEB78 00400-90063 8L 01 09 02 es. whos we | 436A 


NOV74 06400-90058* 01 09.02 USE 4006L FICHE 00400-90062 
JAN78 00400-90062. 8L.01 09.01 
DEC77, 00400-90012 


JAN83 
- OCT76 WO ALL SER.SELECT C28 FOR FREQ RESPONSE 
SEP81 WO. SER 0943A03686 TO 0943403708. TRBLESHTNG PROC. TO TEST INTERMITTENT METER CIRCUIT 


- OCT82 WN SER 0943A03870 & BELOW; IMPR OPT H99 LINE INDICATOR 


AUG69 00400-90007 
FEB73. 00400-0007 


= SER 1338 THRU. 1537. PHP SUPPLY CIR MOD. 
AUG69 00400-90007 FEB85. 00400-90057 8L 01 09 02 


FEB85 DOARO POS? aL Ot 09 02 


436A-E4( 


JANOO 401-910° JAN7S 90401-90050 01 09 01 


438A 


41/08/85 


- PRGE 185 


PAGE 170 


[PTION +i 


D034 
D034 
0034 
0034: 


0034 
0041 


0034 


INS MODULE 


SSIBLE REMOTE 
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400H 


11/08/85 

MODEL 
NUMBER 

40224 


A03A: 


4038 | 


| aoe 
-AOSA 


4058R 


A050A 


| 4061A 


| atyog/8s ! 
- MODEL 
NUMBER. 


4006L-1 


“4006L~2 


4006L-3 


are in SERV MAN 
MAN C 


SERV NOTE SET BELOW 
400H~ 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


LITERATURE 
TYPE 
OPER & SERV MAN 


KAN CHANGE 


OPER & SERV. MAN 
MAN CHANGE 


OPER & SERV MAN 


OPER .& SERV MAN 
MAN: CHANGE 

SERV NOTE SET BELOW 
&03A-1 


403A~2 
403A-3A/4038-4A 
AOSA~4 : 


OPER & SERV MAN 
MAN. CHANGE 

SERV NOTE SET BELOW 
4038-1 


2048-2/208A-2/ 


4038-2 /419A~4/3420 


4038-3 
403A-3A/403B-4A 
4038-6 


CONT'D 
403B-7A 


- 403B-8 
403B/BB-9C 


4038/BB-10A 
4038/B8-11 
4038-12 


OPER & SERV MAN 
SERV NOTE SET BELOW 
AD5A~1 


OPER & SERV MAN 
SERV NOTE SET BELOW 
405BR-1 

405BR-2 
405AR-3C 
405AR~4 
S05AR~SA 
AOSAR~6 

405AR-7 

405AR-8 
A0SAR-9A 
405AR~10B 


OPER & SERV MAN 


OPER & PROG MAN — 
MAN. CHANGE 


'. INSTALL MAN 


INSTALL MAN 


LITERATURE 
TYPE 


OCT76 WO ALL SER.SELECT C28 FOR FREQ RESPONSE 
SEP81 WO SER 0943A03686 TO 0943A03708.TRBLESHTNG PROC 10 TEST INTERMITTENT METER crrcurt 
OCT82 WN SER 0943A03870 & BELOW; IMPR OPT H99 LINE INDICATOR 


AUG69 00400-90007. ~FEB85 00400-90057. 8L 01.09 02 
FEB73 00400-yo007 = 


-» J ANB2 
SER 1338 THRU 1537.PWP. SUPPLY CIR MOD 


AUG69 00400-90007 FE885 00400-90057 8L 01 09 02 
FEB73 00400-90007 


JANOO 401-910 JAN75 90401-90050 01 09 01 


H/C 
DATE 


NOV70 04022-99000. 


NOV?73. 00403-90011 ~ MAY75. 00403-90061 07 09 02 
JUN74 00403-90011 

DECGO 403A-SO1A | SEP82 403A-551A 8L.01 09 01 
JAN61 403A~5018 APR&2 A0SA~5518 8L 01.09 01 
JUL61 403A-5018 : 


FEBO? 
APR74 XN 
MAR76 WN 


—OCT76 00403-90013 «OC T78 00403-90063 at 01.02 01 
APR78. 00403-90013 ae ; 


SEP66 
JAN67 


MAY71_ WO 
APR74 WN 
APR74 WN 


MAY?4S WA 
FEB75 WN 
FEB83 HO 


iy 


JANB3 WA 
APR7B WO 


SEP81 WO 


JUN62 404A-910 AUG81 404A-950 8L 07 09 01 


NOV65 00405:-9002 AUG72 00405-9003 01.02 02 
MAY78 


JUNG66 


NOV63 


MAY71 WO 


JAN73 04050-99001 MAY73. 04050-99051 01 33 02 


SEP80 04061-90101 SEP81 04061-90151 8L.01 33 04 : 
AUG81. 04061-90101 

-JAN8O 04061-90200 FEB8O 04061-90250* 8. 01 33 01 USE 4061A FICHE 04061-90251 
SEP80 04061-90201 


H/C. 
DATE. 


BER tL T V6 
eek DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION » wik 
OCT70 94022-99000 = SEP75. 04022-99050. 8L 01 33 02 


JUL83 
SER 523-05300 + DOWN.@7. REC REPL 


PAGE 185 
Wie PART FICHE FICHE PART. M P DP 
NUMBER DATE NUMBE 


JUL83 
SER 349-0001 + UP.REC RESIST REPL 
SER 403-0400 + DOWN.NEW IMPR CARRYINGHANDLE 
ALL SER.METER CIRCUIT DIODE REPL 
SER 0403A05435 + DOWN.RESISTOR REPL 


NICKEL CADMIUM BATTERY MAINTENANCE 


SER 980-10636. TO 0986A11570.MOD 70 ELIMINATE. POWER LINE TRANSIENTS 

ALL SER.METER CIRCUIT DIODE REPL 

SER 523-05300 + DOWN.REPL GERMANIUM TRANSISTOR WITH SILICON TRANSTR + ASSOC RESIST. 
SUPERSEDES 4038-5. 

SAFETY.SER 0986A-16446 + DOWN.ELIM POSSIBLE SHORTING IN CASE GROUND 

SER 0986A07651 + UP. RESISTOR REPL 

SER BELOW 0986A20520.NEW BATTERY REPL 

SER 0986A20521 TO 0986A21374.BATTERY CRGING CIR IMPROVEMENT 

SER BELOW 0986A21830.DIODE BRIDGE RPL. 

SER 0986A25253 TO 0986A25461. TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRCUIT 


MAY78 
INSTALLATION OF 405A~95C ADAPTER 


SER 114-00200 + DOWN.K2 RELAY CIR MOD 

ALL SER.REPLACEMENT FOR C5 

SER 003-00950 + DOWN.STEP SWTCH MOD 

SER 050-01850 + DOWN.MOD TO INCREASE RELIABILITY AND STABILITY 
MOD TO IMPR PERFORMANCE 

PREFFERRED PARTS REPLACEMENT 

MOD TO IMPROVE PERFORMANCE 

SER 006-01050 + DOWN.INPUT DIVID .REPL 

ALL. SER.PRINT COMMAND MODIFICATION 

SER 402-02801. + DOWN.SWTCH ASSY REPL 


MAY81 04061-90251  8L. 01.33 01 
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H/C pant FICHE FICHE PART MP OD 
NUMBER. --~DATE.-~=—=—*CSNUM{ERR SOLU OV 


11/08/85 
‘MODEL 


438A 


43805 


440028 
440038 


| 440128 


440354 
440358 


44037A 
440378 
44055A 
440558 
44065A 
460658 
440908 
440908 
ASO95A 
440958 


“AAI9SA 


4425 
44258 


| 4426A 
AB26B 
GAGA 


} 4108/85 
MODEL 


NS: MODULE 


SIBLE REMOTE 
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PTION wrk 
SSY A31 
LOSS OF DC 
POSS LOSS" 
A. 

SHTG AID FOR 


DECADE 
POSSIBLE 
POSSIBLE 
HP=IB MALFUN 
ASE HITS. 
RANGE IN 


CE AT LOW 


SED BY MAINS 
NPUT AT 


OVERED: 


PANEL KEY 
208 WITH 


ee 
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TION tke 


4050A 
SOGTA 


| 4061A 


4061A-026 


4061-046 


40624 


40628 


4063a 
“AO64A 
4081A 


4081A-261 
4081A-270 
- 4081A-271 
| 4081a-272 
4081A-282 
“WOB3A 


4085 


91/08/85 
“MODEL 
"NUMBER: 


NUMER 


4061-036 


| 40614-045 


405AR-108 
OPER & SERV MAN 


OPER & PROG MAN 

MAN CHANGE = 

. INSTALL. MAN 
INSTAL! MAN 


~ LCITERATURE 
TYPE 


“SERV NOTE SET BELOW 
4O61A~1 J 


OPER & PROG MAN 


INSTALL MAN 


OPER & PROG MAN 
MAN. CHANGE 
INSTALL MAN 


OPER & PROG MAN 
MAN CHANGES 
INSTALL. MAN 


OPER & PROG MAN 
INSTALL MAN 


OPER & SERV MAN 

PROG MAN 

PRE-INST MAN 

SERV MAN 

ines NOTE SET BELOW 
4062A-5 

4062A-6/40628-1 


SERV NOTE SET BELOW 
4062A~6/40628-1 


SITE PREP MAN 
SITE PREP MAN 


OPER & SERV MAN 


SERV NOTE SET BELOW 
4081A-1 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


OMAN CHANGE 


SERV NOTE SET BELOW 
4083A-2 


OPER MAN 
MAN CHANGE — 


LITERATURE 
TYPE. 


RUD £0 IAPR PERFURBANCE 
Sms PREFFERRED PARTS REPLACEMENT 
— MOD TO IMPROVE PERFORMANCE. 
= SER 006-01050 + DOWN. INPUT DIVID «REPL 
- ALL SER.PRINT COMMAND MODIFICATION | 
MAY71 WO SER 402-02801 + DOWN.SWICH ASSY REPL 


JAN73 04050-99001 ~ 


SEP80 04061-90101 
AUG81 04061-90101 
JAN8O0 04061-90200 
SEP80 04061-90201 


- SEP81 04061-90151 8L 01 33 04 


MAY73 04050-99051 01 33 02 


FEBB0 04061-90250* 8L 01 33 01 USE 4061A FICHE 04061-90251. 
MAY81. 04061-90251 8L 01 33 01 


PAGE 186 11/08/85 
H/C H/C. PART FICHE FICHE PART M P DP : ; MODEL 
DATE NUMBER DATE NUMBER L oT.VO6 NUMBER 
#kk DESCRIPTION *** DESCRIPTION ***% DESCRIPTION nik DESCRIPTION kkk DESCRIPTION *e* 
cT81 | “bASTA 
UN81 SER 2043)00154° & ABOVE.SFTWARE REV FR VERSION E TO VERSION F. Ave 
‘ : : A 
FEB83 04061-92020 JUN83 04061-92070 8L 01 33 04 
FEB83 04061-92120 JUN83. 04061-92170 BL 01 33 01 | 44408 
FEB83 04061-92030 APR85 04061-92080 8L 01 33 04 
OCT84 04061-92030 
FEB83 04061-92130 JUN83 04061-92180 8L 01 33 01 
FEB83 04061-92040 NOV83 04061-9209G 8L 01 33 04 444014. 
SEP83 04061-92040 
FEB83 04061-92140 JUN83. 04061-92190 8L 071 33.01 A44802A 
FEB83 04061-92050 JUN83. 04061-92100 8L 01 33:04 44403A 
FEB83 04061-92150 JUN83 04061-92200 8L 01 33 01 ace 
NOV83 04062-90010 JAN84 04062-90060 8L 01 33 02 i AKADSA 
NOV83 04062-96020 JAN84 04062-90076 8L 01 33 05 , : ae 
MAY83 04062-90100 JUN83 04062-90150 8L O01 33 01 AAADSA 
AUG84. 04062-90500 NOV84 04062-90550 8L 01 33 04 | Rebeaaiioe 
ocTs 4A413A 
JAN8S WN ALL SER.INSTALL INFO FOR 16294A FIELD UPGRADE KIT ; 
JUL85 WA 4062AS ALL SER340628:SER 2519700155 & BELOW.REPL OF VFP TIMMER 8D ; 
sian 4ASI6A 
JUL8S WA 4062A:ALL SER;4062B:SER 251900155 & BELOW.REPL OF VFP TIMMER BD 44420A 
MAY85 04063-90100 JUL85 04063-90150 8L 01. 33 01 44420A-001 
MAY85 04064-90100 JUL85 04064-90150 8L 01 33. 01 444214-010 
MAR77 04081~90000 eels 04081-90050 8L 01 33 03 44422A— 
NOV76 WA SER 1538J00101 THRU 1628J00130.MOD. FOR INTERFACE WITH 98254 
44422A-020 
MAR7? 04081-90000 APR77 04081-90050. 8L 01 33 03 
444234 
MAR7?. 04081-90000 APR7? 04081-90050 8L 01 33 03 
MAR77 04081-90000 APR77 04081-90050: 8L 074. 33 03 
> AAA25A 
MAR77 04081-90000 APR77 04081-90050 8L 01. 33.03 
; 444260 
MAR77 04081-90000 APR77 04081-90050 &8L 01 33 03 ws 
JAN80 04083-90000 FEB80 04083-90050* 8L 01 33 02 USE 4083A FICHE 04083-90051 44427A 
NOV80 04083-90001 JAN81. 94083-90051* BL 01 33 02 USE 4083A FICHE 04083-90052 
FEB81 04083-90002 JUN83 04083-90052 8L at 33 02 peas . 
JAN83 04083-90002 fate 444278 
JUNS1 WA SER 1920J00171.& BELOW.MOD TO IMPR HP=IB CONTROL sa 
= AAA28A 
JULB4 04085-90000 -MAR85 04085-90050 8L 01 33 01 
DEC84 04085-90000 


44429A-120 


PAGE 187 


2 : 11/08/85 
H/C H/C PART” FICHE ‘FICHE PART ¥ ‘ D 3 = ; MODEL 
DATE NUMBER DATE NUMBER L Vv : NUMBER 

oe Wk DESCRIPTION BRK: DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION # iekte DESCRIPTION. ek 


PAGE 172 


TION 
AUSING 

AS 

UR 

G. ASSY AD 


Y CNVM) 
R PERF CHEC 


ERROR 104" 


cLOCK 
FTWARE BUGS 
ISPLY 

LSE 


EV 2501 


EY 
0B WITH 
AUSING 

AS 
Ro 
SASSY A9 

Y (NVM) 

R PERF CHEC 
ERROR 104" 
. POSS 

N CIR 
FTWARE BUGS 
SOFTWARE 
NVELOPE 


LSE, 


ee ae 


PAGE 173 
TON ek 
Sasa 


§USTA-cde¢ 
4083A 


| 4085 


11/08/85 
MODEL 
NUMBER 


a1 


412A 


: | ST2A/472aR 


11/08/85 
MODEL. 


NUMBER CC 


“£490 /h1988 


aD detn ee ES ple 


MAR77 04081-90000 


JAN8O 04083-90000 
OPER & SERV MAN NOV80_ 04083-90001 
OPER & aeey MAN FEB81. 04083-90002 
MAN CHAN JAN83. 04083-90002 


SERV NOE SET BELOW CT81 ; 
4083A-2 JUN81 WA SER 1920/0171 % BELOW.MOD TO IMPR HP~IB CONTROL 


OPER MAN JUL84 04085-90000 = MAR85 04085-90050 8L 01 33 01 
MAN CHANGE DEC84 04085-90000 


APR7? 04081-90050 8&1 01 33 03 


FEB80 04083-90050* BL 01 33 02 USE 4083A FICHE 04083-90051 
JAN81, 94083-90051 8L 01. 33 02 USE. 40838 FICHE DANES: 70052 
JUNSS 04083-90052 8L 01.33. 02 


OPER & SERV MAN 
OPER & SERV MAN 


LITERATURE H/C PART FICHE. FICHE PART M P P 
TYPE DAT’ NUMBER DATE NUMBER LT G 
&kk DESCRIPTION *** DESCRIPTION *x% DESCRIPTION wee DESCRIPTION *xt DESCRIPTION ikke 


OPER & SERV MAN _-_JAN69. 00041-91363 
OPER & SERV MAN. ss JANOO. 410A-910 
OPER & SERV MAN _—-9CT66. 4108-902 APR7S 4108-952 01 09 02 


SERV NOTE SET BELOW d 

4108-11 DEC72 WN PROBE ASSY REPL PARTS 

410B-2F DEC72 WO AC PROBE DIODE REPLACEMENT 
410B-3 - INSTALL OF REPL SELECTOR SWITCH 
4108-4 JUN64 REC REPL FOR V2 AND V3 

410B-5 - NOT AVAILABLE 


OPER = SERV MAN MAY74: 00410-90007 

OPER & SERV MAN MAR81 00410-90009 

MAN CHANGE HAR&2 00410-90009 

ey Peds SET BELOW 
A 


DEC81 00041-91413 8L 01 11 01 
APR72 00410-960 01.09 01 


AUG74 00410-90057 01 09 O2 FOR SERIES 0982A & BELOW 
JUNS2 00410-90059  8L 01 09 01 FOR SERIES 0982A & ABOVE 


JUL84 
MAY66 SER 550 + DOWN.RECOMENDED INSTL OF MOD KIT. ~ 
JUL67 SER 550-07750 + DOWN.REC REPL DIODE 
WOV64 REPLACEMENT TRANSISTOR 
AUG71 AC VOLT MEAS PRECAUTIONS 
AUG71 VHF FIELD CALIB PROCEDURES 
MAY66 SER 550 + BELOW.MOD. KIT REv. INSTALL 
JSUL66 SER BELOW 550-05300.A3C11 REC REPL 
DEC72 AC PROBE DIODE REPL PROC 
FEB68 SER 550-08750 + DOWN.MOD ADDS CARRYING HANDLE 
JAN7T2 RANGE + FUNCTION aren REPL PROCEDURE 
JAN72 PREF REPL CAPACITOR 
JAN72 SER BELOW 807-0955. AMPLE OUTPT NOISE REDUCE MOD 
410C-13A JUN75 SER BELOW 0982A16504.AC ZERO DRIFT.SUPER 410C-13 
410C-148-S APR76& SAFETY.SER BELOW 0982A17729.SHOCK HAZARD REV.NOTE SER 0982A17729 + UP se ivioos WITH 
CONT'D CURRENT SAFTY STANDARDS 
410C-15 APR16 ALL SER.CALIS5 AFTER 11036A DIODE REPL 
410C-16-S MAY76 SAFETY.SER 0982A18008 + DOWN.SHOCK HAZARD REV 
410C-17 MAY78 SER BELOW 0982A19038.REC REPL TRANS FOR A3Q1 & 92 
410€-18 JUN8O RECOM FOR PADDING RESISTOR A3R30 
410€-19 SEP380 ALL SER.REC MOD TO A3R5_& A6R20 DURING SERV DUE TO VENDOR NON-AVAIL OF PARTS 
410C-20 SEP81 SER O982A22277 TO 0982A22462.TRBLESHTNG PROC TO TEST ya i le METER CIRCUIT 
410C-21 NOV81 SER 0982A2232° TO 0982A22718.M9D KIT TO ELIM POT SHOCK HAZ 
410C-22 : DEC81 ALL. SER INSTR. «ITH SOLID STATE AMPLIFER BD (A3)P/N 00410-66502 
4100-23 APR83 SER 0982A22438 & BELOW;SER PREF 982 & BELOW.REC REPL FOR A3 AMPLIF. ASSY 


- 4100-24A FEBB4 SER 098A22439 TO 098A23564.IMPR NOISE REJECTION WHEN OPER AN RF ENVIRONMENT 


410C-25-s APR84 SAFETY:ALL SER. TEST FOR PROPER ISOLATBET CABINET & SIG GRND.REC MOD IF TEST. FAILS 


OPER & SERV MAN AUG68 00411-90004 MAY75 00411-90054 01 09 02 

MAN CHANGE JAN75. 00411-90004 

SERV NOTE SET BELOW JANS1 

411A-1 FEB6? REC REPL V3 

417A-2 JUN7O WA SER $5B-D4685 THRU 938-04719.ELIM METER RINGING MODIFICATION 


OPER & SERV MAN NOV68 00412-90003 DEC84 00412-90053. 8L 01. 09:02 
MAN CHANGE AUG74 00412-90003 


SERV NOTE SET BELOW : JAN81 ae 
412A/AR=1C AUG69 HN SER. BELOW 424-14482. INPUT CIR ASSY REPLACEMENT 


LITERATURE = soW/C. COE PART FICHE FICHE PART MOP DP 
“TYPE DATE NUMB DATE NUMBER LT” 
oe tick DESCRIPTION aid “DESCRIPTION. tek DESCRIPTION the DESCRIPTION tek DESCRIPTION tik 


nahi eurtren ARO arm BePrmraire 


PAGE 187 


PAGE 188 ae 


erreur 


AAA27A 


| 444276 


A4428A 
44429A~120 


11/08/85 
“MODEL 
NUMBER 


4430-130 
‘44431 A-115 


444320 


64461 A-201 


44462A-020 


44465a-050 
44468A 


| 4a495a 


4S496A 
44498 
445274 


44532A 


44538A 
44539A 


445400 


AASATA 


4108/85 
MODEL 
‘NUMBER 


BRARE bute : PAN. Vet VARIO USP ie sUuUUs N 


SERV NOTE SET BELOW _ JANB1 . &ASAOA 
OFTWARE BI1A-1. FEB67 REC REPL FOR V3 
VELOPE A11A~2 JUN70 WA SER 938-04685 THRU 938-04719.ELIM METER RINGING MODIFICATION 
SE m | 412A sCOPER & SERV MAN =» NOV68B_-00412-90003 ==» DEC84 00412-90053 BL 01 09 02 = ae : | 445474 
% ape MAN CHANGE AUG74 00412-90003 


412A/412aR SERV ate SET BELOW JANS1 a 
412A/AR~1 AUG69 WN. SER. BELOW 426"48482. INPUT ct ads Reb LAcenet 


PAGE 173 | 11/08/85 } ; _ PAGE 188 
MODEL ee 


LITERATURE... H/C. PART FICHE pets PART. MP DP 


11/08/85 
MODEL 


NUMBER Ct TYPE. NUMBER DATE UMBER LTV 6 ae 
[ON dick wie DESCRIPTION *k* DESCRIPTION *** DESCRIPTION *** DESCRIPTION #e* DESCRIPTION oie 
2431 412A/412AR —«-412A-28 RANGE SWITCH ASSY REPLACEMENT 
: 412A-3D SB BS DEMODULATOR ASSY INSTALLATION 
412A/AR-3 . SER 424-14482 + DOWN.CR101 REC REPL 
~-AIZA/AR-4 OFFSETS ON CURRENT RANGES 
_ ATZA/AR-5 SAFETY.472A SER 978-19484 + DOWN;412AR SER 0978-20458 + DOWN. SHOCK HAZARD REVISION 
RANGE SWTCH MAINTENANCE 
-RED ALL SER.SUPER 412A-7A.VOLTAGE PROBE ASSY REPL PARTS 
SER 134-07482 + DOWN. INPUT CABLE MOD KIT TO RED STRAIN 
A12A-9C-S SAFETY.SAFE PRECAUTION USING PROBE. 
A12A~10 | NOT AVAILABLE 
#12A-11A SER 424-14482 + DOWN.ZERO ADJ CONTROL 
M12a~12 NOISE + ZERO OFFSET MOD 
4124-13/413A-3 MODULATOR CABLE ASSY AVAILABLE SEPARATELY 
A12A-14A MECHANICAL PARTS IDENTIFICATION 
M2A-15 SER 649-17582 + DOWN.MOD TO PREVENT REGULATOR TUBE V105 BREAKDOWN 
AI2AR-2 SER 134-05282 + DOWN. IMPR GRND CON 
MATION M12AR~3 SER 424-15082 + DOWN.INSTR FOR ADD ZERO ADJ CONTROL TO PREV ZERO OFFSET 
412AR~4/413AR-2 MODULATOR CABLE ASSY AVAIL SEPARATELY 
. A12AR-5 ILLUSTR PARTS IDENTIFICATION 
4 TO. MI2AR-6 WO SER 649-17582 + DOWN.HOD TO PREVENT REGULATOR TUBE V105 BREAKDOWN 
413A OPER & SERV MAN NOV66. 00413-90003 DEC84 00413-90053 8L 01 09 02 
MAN CHANGE APR70 00413-90003 
AIZA/413AR SERV NOTE SET BELOW JARS 
ae A13A/AR~1 DEC69 —-s SER BELOW 315-02310.INPUT CIR ASSY REPLACEMENT 
M3A-2 JUL67 NOISE + ZERO OFFSET MODIFICATION 
M1BA/AR-2 JUN75 WM SAFETY.ALL SER.SHOCK POTENTIALS REV 
412AR-4/413AR=2 MAR68 © MODULATOR CABLE ASMB AVAIL SEPARATELY 
BE RUN A12A~13/413A~3 MAR68 § MODULATOR CABLE ASSY AVAIL SEPARATELY 
\31K1 AND OPER & SERV MAN JUN66 00414-90001 JUSI70 00141-90051* 01 09 02 USE 414A FICHE 5080-5679 
PRELIM MAN 531 JAN65 00414-90000 SEP73 5080-5679  8L 01 09 Of 
PRELIM MAN 531 JUN66 00414-90000 
: OP WHILE SERV NOTE SET BELOW 
ATAAM I NOV65 MOD TO INCR CHOPPER FRE@ ADJ RANGE 
; WET LINE. NOV65  A2Q9_ + A4Q7 RECOMMENDED REPLACEMENT 
MAR66 —s SER 531-00275 + DOWN.MOD TO KEEP METER FROM OVERLOADING 
[N MEASMTS JUN67 MECH PARTS IDENTIFICATION 


SEP67 SER BELOW 531-00275.LF INPT NOISE MOD 
MAR68 SER BELOW 630-00825.A4 PWR SUPPLY + CONTROL BOARD REPLACEMENT 
414A-7 JUL75. WN SAFETY.SHOCK HAZARD REVISION 


OPER MAN JUL79 04140-90000 AUG79 04140-90050* 8L 01 33 02 USE 4140A FICHE 04140-90061 
SERV. MAN APR82 04140-90010 FEB80 04140-90060* 8L 01 33 03 USE 4140A FICHE 04140-90061 
OPER & SERV MAN» JULBO 04140-90011 Aree 04140-90061* 8L 01 33 04 USE 41405 FICHE 04140-90071 


SERV NOTE SET BELOW UL81 
- &140A-1 SER 1917200195. & BELOW.MOD TO IMPROVE STABILITY IN SIGNATURE ANALYSIS 
ALL SER.DESC OF PERF TEST KIT FOR 4140A 
SER 1917J00270 & BELOW.MOD TO IMPROVE OP OF KEY CONTROLS 
SER 1917300270 & BELOW. REMEDY FOR MALFUNCTION OF KEY CONTROLS 
ALL SER.MOD TO. ELIM PULSE NOISE IN. AC PWR LINE 
ALL SER.MOD TO IMPROVE AUTO RANGING WHEN INST IS SET TO RAMP I-V OR C-V FUNCTION 
~ JAN81 ALL SERsMOD TO IMPROVE AUTO.RANGING WHEN INST IS SET TO STAIRCASE I=V FUNCTION & = 
MEASURING A ‘CAP. DEVICE 


PASE ZA Pe PAT /OBIES ee Ge eo See ane oe es PARE 189 11/08/85 
ae | MODEL Q  MATERATURE —W/c)/C ART “FICHE FICHE PART MPD P : : fo | MODEL 
| | MMBER CC TYPE CATE NUNB DATE NUMBER) sok OV | DUMBER 
ON Hie thee Ta fick DESCRIPTION tet DESCRIPTION ##* ‘DESCRIPTION tee DESCRIPTION ick DESCRIPTION tein Me 
4140A -A1KDA-9-===«|”—JANB1. WA ALL SER.MOD TO IMPROVE CAP OFFSET ADJ Ce ee aa | A65A: 


4140a-10 : JAMRY WA ALL SERMON TO TMBDONnVE WA AiITDIIT ABNnoeT. ctaierrAu 


SERV NUTE SET BELOW JULB1 - 
414001 MAR8O WA SER 1917J00195 & BELOW.MOD TO IMPROVE STABILITY IN SIGNATURE ANALYSIS 


~AT4OA-2 ‘MARSO ALL SER.DESC OF PERF TEST KIT FOR 4140A 
4740A-3 APR80 WO SER 1917J00270 & BELCW.MOD TO IMPROVE OP OF KEY CONTROLS 
4140A-5 an = WA SER 1917J00270 & BELOW.REMEDY FOR MALFUNCTION OF KEY CONTROLS 
“AT40A-6 JAN81 WA ALL SER.MOD TO ELIM PULSE NOISE IN AC PWR LINE 
4140A-7 JAN81 WA ALL SER.MOD TO IMPROVE AUTO RANGING WHEN INST IS SET TO RAMP I-V OR C-V. FUNCTION fe 
4140a-8 JANS1 WA ALL SERsMOD TO IMPROVE AUTOS RANGING WHEN INST IS SET TO STAIRCASE I-V FUNCTION & Is 

CONT'D MesCURINS A CAP DEVICE 


11/08/85 oe “ PAGE 189 
MODEL 


11/08/85 
0 ‘LITERATURE H/C _ HYC PART FICHE FICHE EBRe M oP OD 4 MODEL 0 
NUMBER c: TYPE DATE NUMBER DATE NUMBE LT V _AUMBER ¢ 
aeR DESCRIPTION xkR DESCRIPTION akk DESCRIPTION RK DESCRIFTION : *xke DESCRIPTION ** ae 
ATA0A. ATAOAW9 JANS1 WA ALL SER.MOD TO IMPROVE CAP OFFSET ADJ 465A 
4140A-10 ‘JAN81 WA ALL SER.MOD TO IMPROVE VB OUTPUT ABORT. FUNCTION 
~ &T40A-11 JAN81. WA ALL SER.MOD TO CORRECT STATUS BYTE STATE DURING HP-IB OPERAT 
4140A-12 JANS1 WA ALL SER.ELIM OF HI FREQ NOISE FM VOLTAGE SOURCE OUTPUTS 
. $140A~13 FEB81 WA ALL SER.REMEDY FOR MALFUNCTION OF KEY CONTROLS 
4140A-14- ~~ -FEB81 WA ALL SER.MOD TO IMPROVE -A6 RAMP GEN PERF 
4140A-15. - FE681 WA ALL SER.MOD TO A3 MPU 8D TO IMPROVE V SUB B OUTPUT 
W140B OPER & SERV MAN SEP80 04140-90020 OCT80 04140-90070* 8L 01 33 a USE 41408 FICHE 04140-90071 
OPER & SERV MAN SEP83 04140-90021 NOV84 04140-90071 8L 01 33 05 
MAN CHANGE | AUG84 04140-90021 
SERV NOTE SET BELOW UL81 
41408-1 JAN81 WA SER 2034/0180. & BELOW.ELIM OF PULSE NOISE IN AC PWR LIN 
4408-2 JAN81. WA SER 2054400401 ,0010¢,06107,00108,00110,001:1,00115,00414.MoD TO IMPROVE AUTO RANGING 
CONT'D WHEN INSTR IS SET TO RAMP I-V OR C-V FUNCTY 
41408-3 JANS1 WA SER 2054J00101,00104,00107,00108,00110,00111,00113,00114. MOD TO rm RON AUTO RANGING | 
CONT'D : WHEN INST IS SET TO STAIRCASE I=V FUNCTION & IS MEASURING A CAP DEVICE 
4140B-4 JAN81 WA SER 2034300101,00104,00107,00108,00110,00111,00113,00114.MOD TO IMPR CAP OFFSET.ADJ 
ab bec JANS1. WA SER 2034s00101400106,00107,00108,00110,00111,00113,00114.HOD TO IMPR VB OUTPUT ABORT 
T U 
4140B-6 JAN81 WA SER 2034J00101 BOOS OO 18 200406 ,001 90,0011, 00175-00114-405 TO CORRECT THE STATUS 
CONT'D BYTE STATE DURING HP-IB 0 
41408-7 .) FEB81 WA SER 2034300220 & BELOW REMEDY FOR MALFUNCTION OF KEY CONTROLS 
41403-8 FER81 WA SER 2034J00240 & BELOW.MOPD TO IMPROVE A6 RAMP GEN PERF 
4140B-9 FEB81 WA SER 2034306250 & BELOW.MOD TO A3 MPU 8D TO IMPROVE V Sus B OUTPUT i 
41418 OPER MAN AUG85 04141-90000 NOV85 04141-90050 8L 01 33 02 
aa M145A. OPER & SERV MAN AUG84 04145-90000 FES85 04145-90050 8L 01 35 08 
= RUN SERV NOTE SET BELOW APR83 
4145A-1A NOV82 WA SER 2149500146 & BELOW;SER 2149J00147 & BELOW.PWR SUPPLY MOD TO.PROT AGAINST SURGE 
1K1 AND CONT'D CURRENT DAMAGE 
4158 OPER & SERV MAN JUL71 00415-90017 MAY72 00415-90018 07.45 01 
ING A-D MAN CHANGE MAR72. 00415-90017 
SERV NOTE SET BELOW MAY7 
dET LINE 4158-1 = NOT AVAILABLE 
4158-2 = TESTING OF TUNED FILTER. 
MEASMTS. ee 4158-3 - NOT AVAILABLE 
Ee 4158-4 AUG65 SER BELOW 213-11682.NOISE RED MOD 
415¢ OPER & SERV MAN MAY62 415C-900 SEP7% 00415-90012 01 45.02 SERIAL PFXES 132-, 147-, 208- 
: MAN CHANGE - JUN62 415C€-900 : 
OPER & SERV MAN “JUN62 415C-901 SEP71 00415-90013 01 45 O02 SERIAL PFXES 212-, 214-, 218- 
MAN: CHANGE JUL62 415C-901 
SERV NOTE SET BELOW MAY78 x 
415C=1 ~ NOT AVAILABLE 
415C-2A JUL63 MOD TO CONV FREQ OTHER THAN 1000. CPS 
415C-3 = _. SER BELOW 147. IMPR LINEARITY ON 200X XTAL INPUT 
415C-4A OCT63 ALL SER.METER CIR PROTECTION 
415D SERV NOTE SET BELOW MAY78 ; 
M15D-1 7 SER BELOW 406-01001.MOD FOR VARIABLE METER DAMPING _ 


415E OPER & SERV MAN. JUL71_ 00415-90009 —APR74 00445-90015 01 45 02 


E175 «| | 11/08/85 eee ie eae pase 190 || a1 708/85 
as | MODEL = «O-—SCLITERATURE = sH/C_~-—sH/C_- PART ~—-FICHE FICHE PART MP ee Menor oe pope “MOMEL oo 
MMBER —«C TYPE DATE NUMBER —sODATE ~—ssSNUMBER' «ss LST (VV OG : | NUMBER 
lade is < epreea: ae fe tick DESCRIPTION nek: DESCRIPTION ake DESCRIPTION alata DESCRIPTION » tate DESCRIPTION belated ae oer (ee 
- @15E MAN CHANGE = CODECS. 00415-90009 APR7A 00415-90015 01 45 02 oe a [| 4a01 


a16A 0 0 OPER £ SERV MAN unud4: £44ac0nn GEDRD ANA euONNDS. OL na AA AD; caacees i eae gh Cot uccts gle : io eons 


\GE 175 


tik 


; &15D 


11/08/85 
MODEL 
NUMBER 


415E 


“A16A. 


416AR 


4168 


417A 
419A 


BADIA 


AI92A 


11/08/85 
“MODEL 


|. NUMBER 


192A. 


WIAA 


415C~4A 


SERV NOTE SET BELOW 
4150-1 


OPER & SERV MAN 


LITERATURE 
TYPE 


MAN CHANGE 
OPER & SERV MAN 
CHANGE 


- MAN-C 


SERV NOTE SET BELOW 
416A~1 
416A-2A 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 


SERV NOTE SET BELOW 


4168-1 
‘OPER & SERV MAN 


OPER & SERV MAN 

MAN CHANGE 

SERV NOTE SET BELOW 
419A~1 

419A-2 

419A-3C 
204B-2/208A-2/ 
419A-4/3420B-1 
SIDA-SA 


419A-6 
caren 


419A-13-S 


OPER MAN 

OPER & SERV MAN 
OPER & SERV MAN 

MAN AuAnIee 

MAN CHANG 

SERV NOTE SET BELOW 
4191A-2 


4491A-11 


OPER & SERV MAN 
OPER & aoe MAN 
MAN CHAN 

SERV NOTES SET BELOW 


LITERATURE 
TYPE 


“A192A-6- 
CONT'D 


ee Oe ok Senha ae 


MUO TY CUNY FRES ULAER TRAN. FUUU CI 
- SER BELOW.147.IMPR LINEARITY ON 200K XTAL. INPUT 
OCT63 ALL SER.METER CIR PROTECTION - 


MAY7TS. i 
= SER BELOW 406701001 MoD FOR VARIABLE METER DAMPING 
~JUL71 00415-90009 APR74 00415-90015 01 45 02 


PAGE 190 
H/C H/C PART FICHE FICHE PART MP Db P 
DATE . NUMBER DATE NUMBER L T V6 
kkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *x* DESCRIPTION sik 


DEC73._ 00415-90009 APR74 00415-90015 01 45 02. 


NOV61 416A-900 SEP82 00416-90021 8L 01 04 02 
MAR73. 416A-900 
ve NOT AVAILABLE 

= SER BELOW 002.V2 CONTROL TUBE REPL 


NOV61. 4164-900 ~- “SEP82 00416-90021  8L 01 04 02 


 MAR73. 4164-900 


JAN68 00416-90004 JUN72 00416-90004 07.45 02 
APR72 00416-90001 


APR79 
MAR64 SER BELOW 410-00581.mM0D TO ADD FILTERING + REDUCE MICROPHONICS 
JANOO 471A-901 JUNS3 00417-90001 . 8L 01 04 01 


DEC72 00419-90004 OCT78 00419-90054 8L 01 09 02 
JUN78 00419-90004 


OCT84 
MAR66 SER BELOW 532-00675.A1Q1 + A1Q2 REPL 
OCT66 ALL SER. SERV PRECAUTIONS AVOID CONTAMINATION OF INSTR COMPONENTS 
JAN74 WN SER BELOW 636-01275.AMMETER MOD KIT.HP PN 00419-64301 
JAN67 MAIN INSTR. FOR OPTIMUM LIFE FROM NICKEL~CAD BATTERIES 


APL:67 SER BELOW 532-01275.BT5 BATT thet REPLACEMENT 
MAY67 SER BELOW 707-01600.F1 REC REPLACEMNT 

JUNS4 WA SAFETY.SER 0948A05467 & BELOW ELIN SHOCK HAZ 

MAR75 WO BATTERY REPLACEMENT 

MAY84 WA SAFETY:ALL SER.ELIM OF POT SHOCK HAZ 

MAR83 WA SER 0948405830 TO 0948A06037.BATTERY CHARGER MOD 

SEP81 WO SER 0948406923 TO 0948A07006.TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRCUIT 
MAY83 WN REPL NEON SUBASSY FOR PHOTOCHOPPER ASSY 

SEP83 WN SAFETY.ALL SER.POSS SHOCK HAZ WHEN MAKING FLOATING VOLT MEAS IN BATT MODE 


APR80 04191-90001 MAY80 04191-90051* 8L 01 33 02 USE 4191A FICHE 04191-90062 
SEP80 04191-90011 NOV80 04191-90061* 8L 01 33 06 USE 4191A FICHE 04191-90062 
AUG83 04191-90012 AUG85 04191-90062 8L 01 33 07 
NOV84 04191-90012 
“-MARB5 04191-90012 

APR&2 


JUL81 WN ALL SER.TRBLSHTNG INSTRUCT WHEN USING 16341A LOGIC TEST. BOX 
JANS2.WA SER 1930J00127 & BELOW.MOD TO IMPROVE IF SIGNAL CHANNEL SAL 


JAN82 WA SER 1930300123 TO 0012771930J00120 BELOW.MOD TO ELIM DISPLAY FLUCTUATH oPTooe ONLY. 


JAN82 WA SER 1930J00127 & BELOW.MOD TO IMRROVE THE A18 CLK. GEN/DOUBLER 

JAN82 WA SER 1930J00168, 1930J00766 & BELOW.MOD TO IMPR STABILITY AGAINST PHYSICAL ‘SHOCKS 
JANS2 WA SER Tees DON T323 7500017 | & BELOW.MOD TO IMPR INTER DC BIAS 

JANB2 WO SER 1930J00240 & BELOW.MOD TO-A1 VTO BD (& A33 VTO BD OPT 002) TO IMPR OUTPUT SIG 


. « JAN82 WO SER 1930300240 & BELOW.MOD TO AZ DIVIDER BD TO IMPR PERF 


WAY81 04192-90000 NOV81 04192-90050* 8L 01 33 05 USE 4192A FICHE 04192-90051 
APR84 04192-90001 AUGB5 04192-90051 8L 01 33 07 
OcT84 04192-90001 jpias 


Pale 2 PAGE 191 
H/C H/C: PART FICHE FICHE PART MP oD-P 

DATE NUMBER DATE NUMBER LoT Vv & 
oo ett DESCRIPTION kkk DESCRIPTION wkk DESCRIPTION hie DESCRIPTION ake DESCRIPTION. 3 all 


JANB2 WA SER 2045J00113 To 2045u00202 & 204500204 TO 2045400207. MoD 70 IMPR PERF ON Al RANGE 


ESIST/NULL DECTECT! 


a Nove? WN ALL SER.BASIC LANGUSE GHPeS)HP=rB INTEFACE TEST PROG” 


4801A 


41/08/85 
MODEL 


“41/08/85 
MODEL 


3 0. 
NUMBER = C 
“aA 
asic i 


41924 


11/08/85 
MODEL 
NUMBER 


A920 


4193A 


421A 
422A 


423A 
423A/424A 


4238 


424A 


4250 


11/08/85 
MODEL 
NUMBER 


425A... 


“#2604 


eS a | NS Mt FIV SY Vi’ Ue? IV APTA VUIPU? 315 


4191A-14 JAN82 WO SER 1930J00240 & BELOW.MOD TO AZ DIVIDER BD TO IMPR PERF 


OPER & SERV. MAN MAY81 04192-90000 NOV81 04192-90050* 8L 01 33 05 USE 4192A FICHE 04192-90051 
OPER.& SERV MAN. APR84 04192-90001... AUGES 04192-90051 8L 01 33 07 

“MAN CHANGE - OCT84 04192-90001 
SERV NOTE SET BELOW APRE3 


, , , PAGE 191 
~ LITERATURE. — H/C hy PART FICHE FICHE PART M P D P 

. TYPE > DATE NUMBER DATE NUMBER { T V6 
kkk DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION sie ‘DESCRIPTION : eek DESCRIPTION #4 


caper ~ JANS2 WA SER 2045J00113 TO 2045y00202 & 2045/00204 To 2045J00207.moD TO IMPR: PERF ON Al. RANGE 


CONT'D RESIST/NULL DECTECTOR 
4192A-12 NOV82 WN ALL SER.BASIC LANGUGE(HP85)HP-IB INTEFACE TEST PROG 


OPER & SERV MAN - AuG83 04193-90000 JANB4 04193-90050 8L 01 33 05 


MAN CHANGE - OCT&3 04193-90000 
SERV NOTE SET BELOW JANBS 
4193A~1 NOV82 WN ALL SER.BASIC LANGUGECHP85)HP-IB INTEFACE TEST PROG. 


 MIDBA-2A . AUG84 WN ALL SER.REPAIR PROC FOR PROBE CONN ASSY 


OPER MAN | AUGBS 04194-90000 —--NOVBS 04194-90056 8L 01 33 

INSTRUCT & OPER MAN MAR61 00042-91364 JUN79 00042-91414 8L 01 

OPER NOTE DEC71 00420-90007 —-JUL75 00420-90008 01 
NOTE DEC71 00420-90007 = JUL75 00420-90008 = 01 


ER & SERV MAN JUL79 00420-90012 DEC79 00420-90013* 8L 01 04 01 USE 420C FICHE 00420-90015 
¢& SERV MAN APR81 00420-90014 JUN81. 00420-90015 8L. 01 


& SERV MAN OCT73 04204-99005 JAN76. 04204-99055* 01 USE 4204A FICHE 04204-99056 
& SERV MAN > AUG75: 04204-99006 NOV77 04204-99056* 8L 01 USE 4204A. FICHE 04204-99057 
& SERV MAN APR78 04204-99007 MAY78 04204-99057* 8L 01 USE 4204A FICHE 04204-90058 
& SERV MAN OCT78 04204-90008 AUG79 04204-90058* 8L 01 33 USE 4204A FICHE 04204-90059 
& SERV MAN FEB80 04204-90009 MAY80 04204-70059* 8L 01 3 , USE 4204A FICHE 04204-90060 
& SERV MAN AU681 04204-90010 MAR83. 04204-90060 8L 01 
CHANGE DEC82 04204-90010 

SERV NOTE SET BELOW 

4204A-1 


OCcT78 
JUN73 WO SER BELOW 1240J03140.REPL Q3 TRANS 
4204A-4 OCT76 WA SER 1321303490 & UP.UPDT PRT FOR Q1/2 


OPER NOTE JANOO 421A-900 MAR72 00421-90002 = 01 


OPER & SERV MAN AUG79 00422-90009 FEB81 00422-90011* 8L 01 USE 422A FICHE 00422-90014 
OPER & SERV MAN DEC81 00422-90013 FEG82 00422-90014 8L 01 


OPER & SERV MAN JUL76 00423-90019 MAR?7 00423-90021 8L 
SERV NOTE SET BELOW 


MAY78 
~ &23A/424A-1 ocTé?7 REPLACEMENT DIODE ASSEHBLIES 


OPER & SERV NAN JUN75 00423-90016 JUL76 00423-90017* 8L 04 01 USE 4238 FICHE 00423-90104 


OPER. & SERV. MAN FEB79 00423~90103 MAR79 00423-90104 8L 04 01 


0 
Cc 


--OPER NOTE “JANOO. 00424-90026 SEP70 00424-90027* . 04 01 USE 424A FICHE 00424-90031 


OPER & SERV MAN FEB79 00424-90029 MAR79 00424-90031* 8L 04 01 USE 424A FICHE 00424-90033 
OPER & SERV MAN APR81 00424-90032 JUN81 00424-90033 8L 04 01 


OPER & SERV MAN JUN70 00425-90005 ree 00425-90655 09 02 


SERV NOTE SET BELOW MAY 

425a-1C FEB67 ~—s- SER BELOW 950.PROC FOR REPL METER 

425A~-28 JUN7S WN SER BELOW 002-02550.CIR MOD YO INCR RELIABILITY + STABILITY — 
A25A-3A = SER BELOW 00202250. TWIN-T=FILTR ASSY REPLACEMENT 

M25 A~4A bes ~SER BELOW 14203050.RF VOLTAGE MOD 


; : PAGE 192 
LITERATURE. H/C H/C PART FICHE FICHE PART M PD cE 
TYPE DATE NUMBER DATE NUMBER. LT V 
ieee DESCRIPTION. eke DESCRIPTION kk DESCRIPTION kkk DESCRIPTION nik DESCRIFTION trick 
4254-5 os  JUN69 ‘SER BELOW 425-07150.PROC FOR RED AMPLE NOISE + ZERO OFFSET 
&25A~6 coe ~MAR6S MODULATORS AVAILABLE IN SUB=ASSY'S FOR GREATER REORDERING CONVIENCE 
MS AA7  NOV74 WN SAFETY. SHOCK” ‘HAZARD. ELIMINATION © 


OPER & SERV MAN MART 04260-99004 JUNZS 04260-99054 gL 01 33 02 USE 42608 FICHE 04260-99056 


OPFD @ CrpY Mam ie3F AADL ilm37e ns9Z2An_Aea tines 29 


11/08/85 
MODEL 


NUMBER. 


491A 
49ic 


14/08/85 
MODEL 
- NUMBER 


492A 


11/08/85 
MODEL 


NUMBER : 


11/08/85 
MODEL 


NUMBER 


427A 
“42700 


0 
Cc 


VERY NVIC of! SELVA 


A25A-1C 
425A~2B 
“h25A-3A 
425A~4A. 


LITERATURE. 
TYPE 


‘A25A-5 


A25A~6 
425A-7 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV. MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN: CH 


ANGE 
SERV NOTE ‘SET BELOW . 


H260A-1 
4260A-2 
4260A-3 
4260A-4 


OPER & SERV 
OPER & SERV 
OPER & SERV 
OPER & SERV 
OPER & SERV 
OPER ‘& SERV 
MAN CHANGE 


OPER & SERV 
OPER & SERV 
OPER & SERV 
OPER .& SERV 
OPER & SERV 
OPER & SERV MAN 
MAN CHANGE 

MAN. CHANGE 


SERV NOTE SET BELOW 
4262A-1A 


4262A-9 
CONT'D 
4262h~12 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


SERV ede SET BELOW 


427A-5 


LITERATURE 
TYPE 
427A-6 


OPER & SERV MAN 
OPER & SERV MAN 


MAN. CHANGE 


MAN CHANGE A 
MAN CHANGE B 


—SEPBI Wo 8 


DECT3 04270-99004 
MAY77. Ose 7099006 ; 


FEBG7 


RA 
SER BELOW 950. PROC FOR. REPL METER 


JUN?S WN SER BELOW 002-02550.CIR MOD YO INCR RELIABILITY + STABILITY 


SER. BELOW 00202250. TWIN-T-FILTR ASSY REPLACEMENT 


= SER BELOW 14203050-RF VOLTAGE MOD | 


H/C H/C “PART 


DATE ‘NUMBER 


JUN69 
MARGB 


FICHE FICHE PART M P DP 
D NUMBE 


NOV74 WN SAFETY. SHOCK HAZARD ELIMINATION 


-MAR73 04260-99004 
_ SUL77 04260-99006 
MAR79 04260-90008 
MAY80 04260-90009 
DEC80 04260-90010 
OCT82 04260-90011 
AUG84 04260-90011 


MARG7 


“JUNTS 04260-99054* 8L 01 33 02 USE. 
* SUN78 04260-99056* 8L 01 33 02 USE 


MAY79 04260-90058* 8L 01 33 02 USE 
JUNSO 04260-90059* 8L 01 33 02.USE 
MAY82 04260-90060* 8L 01 33. 02 USE 
NOV84 04260-96061 8L 01 33 02 


MAY7& 


PROC FOR MAKING AC RESIST MEASMENTS 
aLLUS PARTS IDENTIFICATION 


-JANT3 WO ALL SER.RANGE & FUNCTION SWITCH REPR 


JAN74 


JUL76. 04261-99001 
JUN77 04261-99002 
JUL78 04261-90003 
FEB79 04261-90004 
JUN79 04261-90005 
SEP83 04261-90006 
AUG84 04261-90006 


NOV?77 04262-90001 
JUL78 04262-90002 


OCT80 04262-90006 
OCT83 04262-90007 
NOV84 04262-90007 
MAR85 04262-90007 


ALL SER.ILLUSTR PRTS IDENT.SUPER 4260A-2 


FEB77 04261-99051* 
AUG77 04261-99052* 
SEP78 04261-90053* 
FEB79 04261-90054* 
JUL79 04261-90055* 
DEC84 04261-90056 


DEC77 04261-90051* 
DEC78 04262-90052* 
MAY79 04262-90053* 
AUS80 04262-90055* 
JUNB2 04262-90056* 


L 
AUGPS 04262-90057 8L 01 


260A 


FICHE 04260-99056 


FICHE 04260-90058 
FICHE 04260-90059 


, FICHE 04260-90060 


FICHE 04260-60061 


FICHE 04261-99052 
FICHE 04261-90053 
FICHE 04261-90054 
FICHE 04261-90055 
FICHE 04261-90056 


PAGE 192 


ATE MBER L T VG 
wire DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION wick DESCRIPTION * 


SER BELOW 425-07150.PROC FOR RED AMPLF NOISE + ZERO OFFSET 
MODULATORS. AVAILABLE IN SUB-ASSY'S FOR GREATER REORDERING CONVIENCE 


PAGE FOR OPTIONS COVERED 


FICHE 04262-90052 
FICHE 04262-90053 
FICHE 04262-90055 
FICHE 04262-90056 
FICHE 04262-90057 


SEP77 WA SAFETY.SER 1710300116 TO 1710J00200.ELIM OF POT SAFETY HAZARD 


JAN80 WO SER yap & BELOW.DESC OF POSSIBLE "FAIL" ANNUNCIATION DISPLAY AT START OF ‘SELF 


TES 
SEP80 WN SER 2022402300 & BELOW.ELIM OF TROUBLE CAUSED BY ZENER DIODE A13CR15/16 REPL 


JAN73 04265-99000 
JAN74 04265-99000 


NOV75: 04265-99012 
FEB82 04265-90012 
-JANB2 04265-90012 


JUL76 00427-90007 
JUN83 00427-90008 
SEP83 00427-90008 


OCT?74 04265-99050 01.33 02 


JUL77 04265-99062* 8L 01. 33.02 USE. 42658 FICHE 04265-90052 


MAR83 04265-90052 8L 01 33 02 


OcT78 00427-90057% BL 01.09 02 USE 427A FICHE 00427-90058 


DEC83 00427-90058 8L 01 09 01 


JAN82 ; 
APR70 WN BATT OR AC LINE SUPPLY OPERATION 
E ALL SER. IMPED CONV A1%\6 REPLACEMENT 
IMPROVED ZERO OFFSET 
- SER BELOW 621-02300.A1Q4,A1Q8 REPL 
oct ee WA SER PELOM 0947A18910.HETER STABILITY IMPROV WHEN SWITCHING FM pev+ TO DCV-. POSITIONS 


H/C H/C. PART 
NUMBER 


_ 0€T77 04270-99006 


FICHE 
DATE 


FICHE PART MP D P 


MAR74 04270-99054 
JUN81 DAETO= 99056 8L oT 33.0 


PAGE 193 


NUMBER tT V6 
wee DESCRIPTION *x?% DESCRIPTION kek DESCRIPTION “xa DESCRIPTION eke DESCRIPTION tei 
ER 0947A20851 TO 0947420972. . TRELESHTNG PROC 10 TEST ‘INTERMITTENT METER CIRCUIT 
01 33 a MSE 42704 FICHE 04270-99056 


91/08/85 
MODEL 


o 

NUMBER c 
492A mer!) 
MAN 
OPER 
. MAN 
4920A OPES 
SER\ 
‘4920A-002 SER 
4920-003 SER\ 
4925A OPES 
MAN 
| 49258 QP EF 


AS3A 


11/08/85. 
MODEL 0 
NUMBER Cote 
“49380 SERV 
be 4938) 
rue OPER 
F OPER 
MAN. ( 


427A-3. JANG? IMPROVED ZERO OFFSET = = ; os 
427A~4A MARS7 SER BELOW 621-02300.A1@4,A1@3 REPL 
oCné WA SER BELOW 0947A18910.HETER STABILITY IMPROV WHEN SWITCHING FM DCV+ TO DCV- POSITIONS 


4270-5 


11/08/85 
MODEL 
- NUMBER 


PAGE 193 11/08/85 
MODEL 


NUMBER 


H/C PART FICHE FICHE PART M PD P 
’ NUMBER DATE NUMBER tT VG 
week DESCRIPTION *&% DESCRIPTION *ix DESCRIPTION tke DESCRIPTION kk DESCRIPTION ik 


WO SER 0947A20851 TO. 0947A20972.TRBLESHTNG PROC TO TEST INTERMITTENT METER CIRCUIT 


_ LITERATURE 
TYPE 


| 4938A 


427A 427A-6 


42704 


OPER & SERV MAN 

OPER & SERV MAN 

MAN CHANGE 

MAN Ganee ‘ 
MAN. CHANG 


04270-99004 


"04270-99006 


04270-99006 
04270-99006 


04270-99006 — 


MAR74 


JUN81 04270-99056 8L. 01.33.05 


04270-99054* 


01 33 O07 USE 42708 FICHE 04270-99056 


494A 


0 
SERV. NOTE SET BELOW 
4270A-1 A 


: ANB4 . 
WO SER BELOW 1020J.REC REPL FOR A28R6/11 
f RECOMMENDED TROUBLESHOCTING sy la 
WN ALL SER.DESCRIPTION OF SERVICE KIT 
WA SER BELOW 1116J00324.mM0D. TO CORREC NONSIGNIFICANT READINGS re BCD OUTPT & DISPLAY 


--W270A=13 


4271A-005 
42718 


4271B-101 
272A 
4273A 


4273A-006 


OPER & SERV MAN 


OPER & SERV MAN 
SERV NOTE SET BELOW 
4271-1 


4271A-2 
4271A-5 


OPER NOTE 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANG 


WO ALL SER.RELAY REPLACEMENT 
WO SER BELOW 1214300415. IMPR DECIMAL & ANNUNCIATOR LAMPS 
SER J.FIX FOR OSCIL ON 1MHZ RANGE 

} WO ALL SER.PROPER IDENT OF CABLE COLOR CODE ON TI POWER XFORMER 


01. 33 ue USE 4271A FICHE 04271-99052 


AUG73 
OCcT76 


JAN74 


\ NGE A 
SERV NOTE SET BELOW 
4271A-5 A 


OPER NOTE 
MAN CAHNGE 


OPER & SERV. KAN 
MAN. CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 


OPER @ SERV MAN. 


OPER & SERV MAN 


H274A 


OPER MAN 
OPER MAN 
OPER MAN 
OPER MAN 
MAN CHANGE 
MAN SUPP B 
SERV MAN 


SERV MAN 


SERV MAN 


04271-99000 
04271-99002 


JUN7S 


NOV7? 04271-99052 BL 01.33 0 
JAN81 


04271~99050* 


WO SER BELOW 1310J00152.IMPR ANNUNCIATOR & UNIT LAMPS 
WO. SER BELOW 1412J00350.IMPR XTAL OSCILLATOR CIRCUIT. ON A4& BOARD 
INDUCTANCE ACCURACY CERT 


04271-99100 


04271-90003 
04271-90001 
04271-90002 
04271-90003 
04271-90003 


JUL77 


APR78 
SEP78 
APR8O 
NOV84 


04271-99150 


04271-90050* 
04271-90051* 
04271-90052* 
04271-90053 


ocT78s 
INDUCTANCE ACCURACY CERT 


04271-90010 
04271-90010 


04272-90001 
04272-90001 


04273-90001 
04273-90002 


04273-90001 
04273-90002 


04274-90001 


04274-90002 


AR8 
FEB84 


NOV80 


ocT79 
HAR80 


- FEB82 


04274-90003 
04274-90004 
04274-90004 
04274-90004 
04274-90010 
04274-90011 


04274-90012 


DEC78 
NOV84 


JUN8O 
MAR83S 


JUN80 
MAR83 


MAY79 
AUG79 
OcT80 
MAY84 


NOV79 
MAY80 
SEP84 


04271-90060 
04272-90051 


04273-90051* 
04273-90052 


04273-90051* 
04273-90052 


8L 01 
BL 01 
8L 01 


8t 01 
8L 01 


8L 01 


8L 01 


8L 01 


8L 01 


8L 01 
8L 01 


04274-90051* 81 


04274-9005 2* 
04274-90053* 
04274-90054 


04274-90060* 
04274-90061* 
04274-90062 


8L 01 


8L. 01 


8L 01 3 


8L 01 


4271B FICHE 04271-90051 ~ 
42718 FICHE 04271-90052 

4271B FICHE 04271-90053 

TITLE PAGE FOR OPTIONS COVERED 


4273A FICHE 04273-90052 
4273A-006 FICHE 04273-90052 _ 


4274A FICHE 04274-90052 

4274A FICHE 04274-90053 

&274A FICHE 04274-90054 

TITLE PAGE FOR OPTIONS COVERED 


42744 FICHE 04274-90061 
4274A FICHE 04274-90062 


PAGE us 


44/08/85 


11/08/85 : J 
= MODEL 0 LITERATURE “H/C “H/C PART FICHE FICHE PART M P D g MODEL O.. L 
NUMBER Cc TYPE DATE » NUMBER DATE NUMBER LTV NUMBER Cc. 
ee kkk DESCRIPTION. #&* DESCRIPTION 4x DESCRIPTION kkk DESCRIPTION *ex DESCRIPTION kk. 
4274A MAN. CHAN -SEBB2 04274-90912 SEP84 04274-90062 el 01 33 04 a 4943A A943A- 
Be SERV NOTE ‘SET BELOW JULES Be e 4943A~ 
on ‘SEP8O WA: ee 1838100114,00116,00118,00119,00120,00122,00129, 185000136. «MOD TO IMPROVE pc BIAS prey 
4274a-2 ‘SEP8O. wo See eroecsnaNee t BELOW. MOD TO IMPROVE OSC LEVEL WHEN PERF A3 TEST SIGNAL LEVEL. ; . ae 4OASA- 
“R2TAA-3 - SEPBO WO SER 1850300540 & BELOW. NOD. 16. PROVIDE SUFF. CURRENT THRU DUT » 49434-0100 OPER & 
A27RAMWAA NOV8O: WO. SER 1850400207,00209,00e10,00212,00214,00220,00223-00230, 00232-00255. REC a9u1 & ASUS | 


s0k7. N45 


CONTD PROM REPL. TO IMPROVE 


SERV. MAN MARSO 04274-90011. MAY80 04274-90061% 8L 01 33 ence FICHE 04274-90062 seas re . 4945h- 
. A3A- 


SEP84 04274-90062 at. 01 33 0 


"SERV MAN _ FEBB2 04274-90012 


41/08/85 a. aie errs is Puen . PAGE 194 
MODEL 


11/08/85 
0. LITERATURE. H/C H/C. PART FICHE FICHE PART. M PD i" MODEL 0 LI 
NUMBER Cc TYPE DATE NUMBER DATE NUMBER Lov Vv NUMBER c 
: “#kk DESCRIPTION *** DESCRIPTION *** DESCRIPTION kkk DESCRIPTION sik DESCRIPTION kkk 
4274A vo AAN- CHANGE SEB82 04274-90912 SEPS4 04274-90062 8L 01:33:04" 49ASA  G943A-7 
SERV NOTE SET BELOW JUL 4943A-8 
ie Yd.) ton SEP80 WA SER 1838400114001 16,00118,00119,00120,00122,00129,1850100136. MOD TO IMPROVE DC BIAS 4943-9 
CONTD. ~ ¥ COPT 001/002) accu AQAZA~1 
Acree --.  SEP80 WO SER 1es0s00A60 t BELOW. KOR TO IMPROVE OSC LEVEL WHEN PERF A3 TEST SIGNAL LEVEL 4943A~1 
: NI ADJ 5 
- 4274 A-3 SEP80 WO SER 1850J00540 & BELOW.NOD TO PROVIDE SUFF CURRENT THRU DUT 4943a-010 “OPER. & 
S274A-4A NOV80 WO SER 1850300207,00209,dde10,002%2,00214/00220, 00225-00850, 00232-00235. REC “49u1 t ASUS : ; 
CONTD : PROM REPL. TO IMPROVE P 4943a-012 OPER & 
4274A-5 ae SEP80 WA SER 1850J00160 & BELOW. SD 19 PREVENT PARASITIC OSC AT LOW FREQ - : ; 
4274A-6 SEP8O WO SER 1850305235 & BELOW.MOD OF A6 OSC BD TO IMPR PERF OF ZERO OFEseT ADJ.  &943A-015 OPER & 
B274A-7 SEP80 WO SER. 1850J00235 & BELOW.REC A9U1 & ASUS PROM REPL TO IMPROVE PERF 
4274A-8 ‘SEP80 WO SER 1850J00175 & BELOW.REC PROM REPL FOR OPT 001/002 (DC BIAS) TO IMPROVE PERF 4943A~019 OPER & 
4274A-9 SEP80. WO SER 1850J00235 & BELOW.MOD TO PREVENT ILLEGAL DISPLAY 9.99999 "y : Nao 
 R27K&A-10R OCT80 WO SER 1850J00385 & BELOW.MOD TO PREVENT NEWLY INSTALLED INTEGRATORS FROM CREATING | 49434-97910. OPER. & 
CONTD. ERRONEOUS COUNTS Nor fe or 
4274A~11  SEP80 WO. SER 1838300135 & BELOW.MOD TO A7/A9. BDS TO IMPROVE PERF 4944K . OPER & 
2744-12 SEP80 WA SER 1838J00101,106,108,110-116,120,121.NOD TO IMPROVE MEMORY BACKUP GATTERY : OPER NO 
4274A-138 NOV8O WA SER 2031J00800 & BELOW.MOD TO PREVENT CABLE ASSYS ON BOTTOM SIDE OF MOTHER BD FROM OPER & 
CONTD ‘ BEING PIERCED BY PC BOARD: CONNECTORS OPER & 
A274A-16 ae OCT8O0 WN SER 2015J00760 & SELOW.SUPP INFO TO SN'S 4274A-4,7,11 SERV WN 
4274-15 » - NOV8O WN SER 2031J01060 & BELOW.MOD TO ELIM ILLEGAL DC BIAS VOLTAGE DURING HP-IB OPER A4944AH1 
K274A-16. JUL81 WA SER 1850J00143°& BELOW.MOD TO PREVENT MALFUNCTION IN OPT 101 HP-IB INTERFACE A944A~2 
~ M274A-19 NOV82 WN ALL SER.BASIC LANGUGECHP85)HP-i8 INTEFACE TEST PROG 4944 A=3 
A27KA-25 SEP84 WA SER 2031300850 & BELOW.REMEDY FOR DEFECTIVE RAM 4943R-5 
S274A-26 DEC84 WN 2434302741 & BELOW.BIAS CIRCIT MOD FOR NEW REPL FET Ask 
iia fat Am 
| 4275A “OPER -MAN MAR79 34275-90001 MAY79. 04275-90051% 8L 01 33 02 USE 4275A FICHE 04275-90052 A9AGAST 
ae OPER MAN. | JUN7T9 34275-90002 AUG79 04275-90052* 8L 01-33 02 USE 4275A FICHE 04275-90053 494448 
OPER MAN NOV79 04275-90003 OCT80 04275-90053*. 8L 01 33 02 USE 4275A FICHE 04275-90054 4944A-9 
OPER ‘MAN DEC84 04275-90004 DEC84 04275-9005% 8L 01 33 02 BBS e 4944A-1 
MAN. CHANGE ' JUL84 04275-90004 or eet cee 
SERV. MAN NOV79 04275-90010 JAN8O 04275=96060% 8L 01 33 04 USE 4275A FICHE 04275-90061 4945A OPER MA 
SERV MAN FEB80 04275-90011 JUL8O 04275-90061* SL 01 33 04 USE 4275A FICHE 04275-90062 “SERV MA 
SERV MAN SEP84 04275-90012 OCT85 04275-90062 8L 01 33 04 MAN CHA 
MAN: CHANGE JAN85. 04275-90012 OPER IN 
SERV NOTE SET BELOW JAN85 SERV MA 
4275A-1 SEP80 WO SER 1851300272 & BELOW, 00274,00278-00276,00285~00281,00296-00288, 00299, 00301, 00302. MAN CHA 
CONTD MOD Td. IMPR 1-UH MSMT AT 10MHZ WITH 1 MEVE? TEST L OPER MA 
4275A-2 SEP80 WO SER 484300129 & BELOW.REC A9U1 & A9U5S PROM REPL a IMPROVE PERF SERV NO 
4275a-3 SEP8O WO SER 1851J00202 & BELOW.REC A9U1 & ASUS PROM REPL TO IMPROVE PERF 4945A-1 
~ B275A-4 SEP80 WO SER 1851J00129 & BELOW.REC PROM REPL FOR OFT 001/002 (DC BIAS) TO IMPROVE PERF 4945A-2 
 A275A5 SEP&O WO SER 185100182 & BELOW.MOD TO PREVENT ILLEGAL DISPLAY 9.99999 4945A-3 
K275A-6A OCT8O WO SER 1857J00262 & BELOW.NOD TO PREVENT NEWLY INSTALLED INTEGRATORS FM CREATING 4945-4 
CONTD ERRONEOUS COUNTS 
4275A-7 SEP80 WO SER 1843J00111 & BELOW.MOD TO A7AA9 BDS TO IMPROVE ola SOSA OPER &. 
4275A-8 SEP8O WA SER 1843J00106-00111.MOD TO IMPROVE MEMORY BACKUP 8 : MAN CHA 
4275Aa-9 SEP80. WA SER 1851J00673. & BELOW,00675 & 00682,00684 & 60692, 00695,00698-00701. ADDITION OF A SERV NO 
CONTD “FILTER TO. IMPROVE IMHZ MEASUREMENT 493A~6/ 
4275A~10A DEC80 WN ALL SER.NEW RF. FILTER FOR REJECTION OF PROBER GENERATED NOISE 493A-7/ 
4275A-118 NOV8O WA SER 2016J00852 & BELOW.MOD TO PREVENT CABLE ASSYS FM BEING PIERCED BY PC BD CONNECTR 495A~8B 
4275A~12 NOVEO. WN SER 2045J01072 & BELOW.MOD TO ELIM ILLEGAL DC BIAS VOLTAGE DURING HP-I8 OPER = 
A275a-13 JUL81 WA SER 1843/00111 & BELOW.MOD TO PREVENT MALFUNCTION IN OPT 101 HP-IB INTERFACE coe 49504. - PRELIM 
4275A-17 NOV82 WN ALL SER.BASIC.LANGUGECHP85)HP-I8 INTEFACE TEST PROG 
4275A~-22 SEP84 WN ALL SER.OPT 004 MOD PROC 


A9S1A SERV MA 
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0 ©. _LITERATURE H/o H/C PART FICHE FICHE PART M P DP Sion ar "MODEL oO urt 
NOMEER oc TYPE DATE NUMBER _DATE NUMBER LT. V G° NUMBER ok 

aed Se wee DESCRIPTION tie DESCRIPTION ieee ‘DESCRIPTIO N tke DESCRIPTION siti DESCRIPTION tee eat a 
| 42750 - G275Aq23 SEPB4 WA SER 2045J00922 & BELOW.REMEDY FOR DEFECTIVE RAM : | | 4gsta OPER MAN 
4276k COOPER & SERV MAN -JULBS 04276-90000 —_JANBA 94276-90050, BL OL 33,05 oo Se ae Lo ale, ee tee ee ge 
ee MAN. CHANGE - 0CT83 04276-90000 po Ras, eS ee ee SERV NOT 

4277k— = —*—s:sCPER. & SERV MAN DECB2 04277-90000 _- “peces 04277-90050 BL 01 33 06.0 et A eRe Ee ep tg arate 

oS MAN CHANGE OCT83 04277-90000. micah gts Guede aes 2 ee La hagie aati A951A=3 

: MAN S _. , OCTB4 04277-90300  NOV84 04277-90350 aL 0133.01 Poe : ee eer are 


SERV “NOTE SET BELOW APRES wanes oe ee oo 
4277A  -NOVB4 YO SER 2228401017 & BELOW. CMOS MULTIPLEXER re REPL eae nae! : ; : : So peta ecg 


11/08/85 
MODEL 
NUMBER 


42754 


| 4a76a 


4277 


4277A-HO3 
4277A-HO4 


428A 


4288 
4280A 


4282A 


430A 


; 4306 


430¢ 


| 43014 


0 LITERATURE 
c ~ TYPE 


4275Aa~23 


OPER & SERV MAN . 
MAN CHANGE 


OPER & SERV MAN: 
MAN CHANGE ; 
MAN SUPPL 
SERV NOTE Sey SELOW 
S277A-6. 


OVER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


A-1 


~A2BA=2C° 


OPER & SERV. MAN 
OPEK & ocey MAN 
MAN CHANG 
SERV NOTE. SET BELOW 
4288-1 


428B-2 


OPER & SERV MAN 
OPER t SERV MAN 


P 
SERV NOTE °° UELOW 
4280A-7 


OPER & SERV MAN 
OPER & SERI! MAN 
OPER & SERV MAN 


nee NOTE SET BELOW ; 


282A~6 
OPER & SERV MAN 


OPER & SERV MAN 
SERV NOTE SET BELOW 
4308-1 
4308-28 


OPER & SERV MAN 

MAN CHANGE 

SERV NOVE SET BELOW 
430¢-28 | 


‘OPER & SERV MAN 
MAN CHANGE , 


H/¢ 
DATE 


JUL83 
OCT&3 


DEca2 


OCT83 


OCT84 
NOV84 
APRB4 


APRES 


AUG61. 
one NOTE SET BELOW 


SEP74 


SEP83 
MAY85 


SEP81 
MAY82 


DEC83 
AUG84 


NOVES 


SEP83 
DEC83 


SEP84 
JAN74 


SEP62 
JUN62 


MAR67 
MAR78 


SEP63 


DEC63 
APR65. 


tte PART FICHE FICHE PART MP OD P 


NUMBER DATE 


NUMBER LT VO 
kkk DESCRIPTION Rk DESCRIPTION RAK DESCRIPTION ake DESCRIPTION Wik - DESCRIPTION ikke” 
-SEP84 WA SER 2045J00922 & BELOWREMEDY FOR DEFECTIVE RAW sek: oe e eb) AOSTA 
04276-90000 JANB4 04276-90050 BL 01 33 05 “oe 


04276-90000 


04277-90000 _ DEC83 04277-90050 8t 01 33 06 


04277-90000. - 


04277-90300 NOV84 04277-90350 8L 01 33 01 
WO SER 2228/0101) & BELOW. COS MULTIPLEXER IC REPL 
04277-90200. JUN84 04277-90250 8L 01 33 01 
04277-90200 —-- JUN84 04277-90250 8L 01 33 01 
4284-910 AUSB2 4284-960 8L 01 69 01 


MOT. AV.ELABLE 
SER BELOW 022-02675. ELECTRICAL MODS 


00428-90004 DEC79 00428-90054* 8L 01 09 Be USE 4288 FI:HE 00428-90055 
00428-90005 JUL85 00428-90055  8L 01 09 0 


00428-90005 


OcT82 
WO SER 0995A13884 TO 0995A14023.TRBLESHTNG PROC TO TEST INTERMITTENT HETER CIRCUIT 
WN SER 0994A06225 & BELOW.PREF REPL. FOR L7 


33 
33°06 


04280-90000 APR&4. 04280-90050* 8L 01 
04280-90001 MAR85. 04280-90051. 8L 01 
04280-90001 

04280-90100 DEC83 04280-90150 SL 01 
04280-90300 ae 04280-90350. 8L 01 


JAN 
WN ALL SER.RESONANT CIR REPAIR INFO 


04282-99000 JUL74 04282-99050* 01 33 


04282-99001 AUG77 04282-99051* 8L 01 


04282-90901 MAR83 04282-90051 SL 01 33 
ALL SER.REV Prats PROC 

430A-501A ~ MAY78 5951-6209 = BL 01 04 

4308-900 MAR76 00430-90008 SL 01 04 
BIAS CURRENT CHECKING + ADJ PROCEDURE 
INCR FLEX 3 CONVENIENCE MODIFICATION 

00430-90004 APR78 00430-90006 8L 01 04 


00430-99004 
MAY78 
SER BELOW 475.BRIDGE AMPLF MOD 


04301-9004 "  JAN?4 04301-9051 ~ Ot 
04301-9001 


02 


PAGE 195 | 11/08/85 
= | MODEL™ 
NUMBER 


08 USE 4280A FICHE 04280-90051 


01 
03 


04 USE 4282A FICHE 04282-99051 
os USE 4282A FICHE 04282-90051 


01 


01 


LITE 


OPER MAN 
MAN CHANG 
OPER & SE 
SERV NOTE 
4OS1A-1 
A951Aq2 
4951A-3 


- AOSTATA 


4957a=5 
4IS1A-6 
4951A-7 


Peete oe: 


A9S1A-9- 
4954A~10A 
4954-11 
A951A-12 


4957A—13 


4951A-14 | 


v AISTAM1S 


OPER MAN 


’ REPAIR. MAI 


OPER MAN 
SERV NOTE 


« AOSSA“1A 


4953A~2 


» 4953a-3 


4953A~4. 
4953A-5. 


 4953A-6 
‘SERV MAN 


4955A~1B 
4955A~-28 


— A955A-9 


4955a~10 


OPER & SE 
“MAN. CHANG 


4950A-3 
4960A-4 


b 
ary 
4 $ 
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DESCRIPTION see 


EIR EQUALZR INSERT 


PSTAN ASSEMBLY 


"CHANGE 


11/08/85 
MOEER 


ASIA 


431B 


| 4310 


4328 


| 
a 
i 
§ 
i 


Ao! 


43048 


432A 


432A-HO3 


LITERATURE H/C 
TYPE 


DATE 


OPER & SERV MAN JAN72 
OPER & SERV MAN SEP77 


MAN CHANGE MARB3S 
SERV. NOTE SET BELOW 
43048-1 JUL81 
OPER & SERV MAN JUN62 
MAN CHANGE OCT63 
MAN: CHANGE MAYS3 
SERV NOTE SET BELOW 
431A-1C JUN67 
S31AT2 - 
4318-3 = 
ASIACA/ABIB-4/ DEC68 


4371A-5 JUN64 


OPER .& SERV MAN JUN6E 
SERV NOTE SET BELOW 


4318-1 AUG63 
431B-2 : - 
4318-3 - 
OPER & SERV MAN FEBO6 
MAN CHANGE JAN67 


OPER & SERV MAN NOV69 
SERV NOTE SET BELOW 


431-1 SEP66 
431C-2 = 
431C-3 AUG67 


OPER & SERV MAN JUNT2 
MAN CHANGE AUGB4 


MAN CHANSE UK MAY77 


SERV NOTE SET SELOW 


“A32A-1 NOV68 
 AB2A-2 APROD 
432A-3 SEP69 
432A-4A, : NOV69 
4324-5. SEP69 
432A-6A MAY73 
432-7 MAR70 
&32A-8 ~ APR7O 


432a-9 _SEP70 


“OP & SERV MAN SUPP SEP70 


MAN. SUPP. C NOV76 
MAN SUPP FEB80 


MAN SUPP MAY83 
SERV NOTE SET BELOW. 

A328-1 JUL71 
4328-20  0ct75 


4328-38 UGB 


00432-90053 


WA SER BELOW 1528A.IMPR OPER WITH DIGITAL RECORDER MOD 


PAGE 196 
H/C PART FICHE FICHE PART MP OD OP 
NUMBER DATE NUMBER 


LT VG 
#kX DESCRIPTION. *** DESCRIPTION xkk. DESCRIPTION xix DESCRIPTION wkK DESCRIPTION inlaid 


04304-99000 FEB76 04304-99050* 8L 01 33 02 USE 43048 FICHE 04304-99051 : 
04304-99001 AUG83. 04304-9951 8t 01 33 02 : o : 
04304-99001 oe, mame Varemeey (at) 


OcT81 
WN ALL SER. INSTALL INSTRUCT FOR RECHARGEABLE BATTERY, OPT 001 


431a-900 APR72 00431-90021. 8L 01 04 02 
431A-900 
4314-900 

MAY7E 


MOD TO ALLOW BATTERY OPERATION de 

SER BELOW 210-00666.ZERO SET CONT MOD areas (one 

EQUALIZER NETWORK ASSY INSTALL ee et ee eet 
WO SER ABOVE 210.PREF REPL ZERO CONTROL : - os 


MOD TO SMOOTH ZERO SET OPER BELO ZERO 
00431-90007 SEP85 00431-90008 8L 01 04 01 
MAY78 


LONG CABLE INSTALL PROCEDURE . 496) 
NOT AVAILABLE 
SER BELOW 423-04101.0106 REC. REPL 


00431-9006 APR71 00431-90019 


00431-9006 

00431-90017 sure 00434-90020 
LONG CABLE opr. INSTALL PROCEDURE 
SER BELOW 618-01450.REPL DIODE KIT 
SER BELOW 707-04050.F1 REC REPL 


00432-90009 FE885 06432-90029 8L 01 04 02 
00432-90009 : 
00432-90009 

ocTé0 


WN. CALIB PROC CWITHOUT USING 8477A) 

WN SER BELOW 843.INCR STAB DURING CALI6 

UN SER BELOW 937-01850.IMPR BATT ‘CHARGERADJ RANGE OD 
WN SER DWN 812-00200.ZERO. +. TRACK MOD 

WN SER BELOW 840.LEVELING AMPLF COMPAT 

WO ALL SER.LONG THERMIS MOUNT. CABLE INST. 

WO SER BELOW 957-02950.COLD ENVIRON MOD 

WN SER BELOW 843.A2 LOGIC BRD REC REPL 

WO SER GELOW 968-03550.100. OHM: OPER MOD 


00432-90021 “NOVE5 0043e- 90030 BL 01 04 01. 
06432-90022 JUN79 00432-90026 BL 01 04 01 USE 4328 FICHE 00432-90045 
00432-90044 AUG82 00432-90045 8L 01 04 01 USE 4328 FICHE 00432-90054 
cen 00432-90054 8k 01 o4 01 


OcT8 
WO SER BELOW 1143A00310. REC. REPL FOR 115V FUSE 1s 2110-0201. 


01 04 O2 FOR SERIAL PFXES 651- & BELOW 
01 04 02 FOR SERIAL PFXES 707- & ABOVE 


WO) SER 213K a ‘BELOW, IMPR REPL DIGITAL PANEL METER INSTALL KIT coo4s2-60116 


CHANGE 
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ESCRIPTION tie 


00137,-00139, 
PRODUCE HEADS . 


0. MODE 


432A-HO3 


432B 


11/08/85 
. oc MODEL 
"NUMBER 


432¢ 


4328A 


4329A 


“A332A 


| G333A 


434A 


43424. 


ROCA 1 


432-2 


432A-3 


AB2A~4A 


432A-5 


“ S32A-6K 


432A-7 
§32A-8 
432A-9 


OP & SERV MAN SUPP 


MAN SUPP .C 


MAN SUPP 

MAN SUPP 
SERV NOTE SET BELOW 
4328-1 


4328-20. 
432B-3A . 


~ LITERATURE 
TYPE 


MAN SUPP 


MAN SUPP. 


‘MAN SUPP 
MAN CHANGE 


SERV NOTE SET BELOW 


432C-4A 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & ray MAN 
MAN. CHAN 


SERV NOTES SET BELOW 
4728A-1 


4328A-2 
4328A~4 
4328A-7 
4328A-8 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


MAN. CHANGE 
SERV NOTE SET BELOW 


4329A-1A 
A329A-78 
CONT'D 


OPER & SERV MAN: 


OPER & SERY HAN 


OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 


OPER 7 SERV MAN 


MAN C 


OPER: a SERV MAN | 


MAN CHAN 


GE 
SERV NOTE SET BELOW 
4344-16 


436A-24. 
A34A=3 
A34A~4 


OPER & SERV MAN 
OPER & SERV MAN 


SEP70 


NOV76 


FEB80 
MAY83 


JUL74 
ocT?s. 
AUG81 


H/C 
DATE 


MAY76 
DECT9 


AUG84. 


SEP84 


JAN73 
NOV78 
AUG8t 
SEP8&O 


at CALCIO PROC CKITHOUT USING 84774) 

BELOW 843. INCR STAB DURING CALE 

. WN SER BELOW 937-01850.2MPR BATT CHARGERADJ RANGE MOD 
WN SER DWN 812-00200.ZERO + TRACK MOD 

WN SER BELOW 840.LEVELING AMPLF COMPAT 

WO ALL SER.LONG THERMIS MOUNT CABLE INST 

WO SER BELOW 957-02950.COLD ENVIRON MOD 

WN SER BELOW 843.A2 LOGIC BRD REC REPL 

WO. SER BELOW 968-03950- 100 OHM OPER MOD. 


‘NOVBS 00432-90030 BL 01 04 01 


x 
z 
w 
0 ALE 


00432-90021. 


00432-90022 


00432-90044 | 


00432-90053 


WO SER BELOW 1143400310. REC REPL FOR 115Y FUSE IS 2140-0201 
WA SER BELOW 1528A.IMPR OPER WITH DIGITAL RECORDER MOD 
WO _SER 913A & BELOW.IMPR REPL DIGITAL PANEL METER INSTALL KIT 00832-60116) 


H/C. PART 


NUMBER 


DATE TY 6 Sree 
kick DESCRIPTION seek DESCRIPTION #** DESCRIPTION #x* DESCRIPTION ickk DESCRIPTION +e 


00432-90034 
00432-90046 
00432-90056 
00432-90056 


OcT81 
WN SER 12134 + DOWN.COMPUTER OPER MOD 
WO SER BELOW 1837A.MOD TO. BUFFER PCD OUTPUT DATA. 
WO SER 1906A & BIZLOW.IMPR REPL DIGITAL PANEL METER INSTALL KIT (00432-50117) 
WO. SER 1906A & BELOW.AUTO RANGE ASSY REPL FOR REMOTE OPERATION 


SEP7& 04328-99004 


OcT?75 
NOV78 
JAN82 

AUG83 


04328-99005 
04322-90006 
04328-90008 
04328-90008 


AUG82 00432-90045* 8L..01 04.01 USE 4328 FICHE DOAS 270055 


SUN79 00432-90026« 8L 01 04 01 USE 4328 FICHE 00432-90045 
AUGB3 00432-90054 8L 07 04 01 
OcT8i 


PAGE 197 


FICHE FICHE PART M. P DP 
NUMBER oL 


JUN79 00432-90035* 8L 01 04 02 USE 432 FICHE 00432-90047 
AUG83 00432~90047* 8L 01 04 O02 USE 432¢ FICHE 00432-90057. 
SAN85: 00432-90057 8L 01 04 02 


NOV74 04328-99054« 01 33 02 USE 43284 FICHE 94328-99055 
AUG77 943?8~99055* 8L 01, 33:02 USE 4328A FICHE 04328-90056 
DEC78 04328-90056* 8L 01 33 02 USE 4328A FICHE 04328-90058 
SEP83 C4328-90058 8L 01 33 02 


cTé1 
APR7C WO SER BELOW 819-01190.TMPR PROBE CABLE 
WO CALIB PROS & POS NEEDED CORRECTION 
WO SER BELOW 12105. DETACHABLE PROBE KIT.SUPEP 4328A-3° 
WC SER 1210 & BELOW.PREF REPL PROBES ; : 
WN ALL SER.INSTALL INSTRUCT FOR RECHARGEABLE BATTERY, OPT 001 005A 


APR70 
DEC73 
DEC73 
JUL81 


AUG7A 
MAY77 
APR78 
DEC78 
APR8&0 
HAY82 

MAY83 


JUL73 
MOV84 


JUL73 
SUNT? 
JAN82 


- MAY82 


OcT?5 
APR77 


JUL68 
NOV71 


APR61 
MAR62 


DEC7i 


AUG6S” 


SEP70 
JUL?3 


04329-99006 
04329-99008 


04329-99009 


04329-90010 
04329-90011 
04329-90012 


04329-90012 


JAN76 04329-99056* 01.33 02 USE 4329A FICHE 04329-99058 

JUN77. 04329-99058* SL 01.33 02 USE 4329A FICHE 04329-99059 

MAY78 04329-99059* 8L 01 53 02 USE 4329A FICHE 04329-99060 ; 
JSAN79 04329-90060* BL 01 33 02 USE 6229A FICHE 04329-90061 ‘SO05E 
MAY80 04329-90061* 8L 01 33 02 USE 4529A FICHE 04329-90062 
SEP83 04329-90962 8L 01 33 02 : 


#ANB5 


WO SER BELOW 12U7.SERV KIT TO ELIM CAPACITORS CONTAINING PCB : 
WN SER 214105487 THRU 2111J06568-2111J06570 THRU 2111306574 & 2111306576. REPL. OF 
_ INCORREC. TRANS | 5006s 


04332-99002 
04332-99003 
04332-90004 
04322-90004 


04333-99000 


04333-99001 


00434-90006 
00434-90006 
434A-500A 
434A-500A. 


APR79_ 
HEAD BOX INSTALL PROCEDURE 
OPERATING PRECAUTIONS : : : 
SER BETWEEN 229-01151. + 345-01952. NCR FUSE V VALUE FOR 50 CYCLE LINE OPERATION 
WO SER BELOW 229-01151. MOTOR + PUMP REPL. ea 


L73 04342-99003. 
NOV75 04342-99004 


JAN76 04332-99052 01.33 02 USE 4332A FICHE 04332-99053 
JUN77 04332-99053* 8L 01. 33 02 USE 43328, FICHE 04332-90054 lee _. | 30357 
mAR83 04332-90054 8L 01 33 02 ; 


- JAN76 04333-99050* BL 01; 33 O02 USE 4333A FICHE asss-990s4 


APR77 04333-99051 8L 01 33 02 
FEB72 00434-90007 1 04 02.. 
FES83 00434-90009 8L 01 04 01. 


5036) 


JAN76 04342-99053" 01 33 03 USE 4342A FICHE 04342-99054 
“NOV? 04342-99054 BL 01 33 03 USE 4542A FICHE 04342-99055 


SCRIPTION ike: 


) MODE” 


‘SWIRE 


1D TO CORRECT 


LATTENING F RESP 
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4333A 


AS4A 


43424 


11/08/85 
MODEL. 


NUMBER 


43624 


4342A-001 


435A 


435a-t01 
435a-002 
4354-003 
eeedd 


4354-010 


MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & meet MAN 
MAN CHANGE 

OPER & SERV MAN 
MAN: CHANGE 

SERV. NOTE SET BELOW 
434A-1G 


ASEA-2A 


A34A-3 
A34A~4 


OPER & SERV MAN 


OPER & SERV MAN 


LITERATURE 
TYPE: 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 
‘OPER & SERV HAN 


MAN CHANGE 


SERV NOTE SET BELOW 
 M342A~1 D 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & oeeY MAN 
MAN CHANG 

SERV NOTES Ser BELOW 
435A~1 


OPER & SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV’ MAN 
OPER & SERV MAN 
OPER & SERV MAN 


‘MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


| OPER &-SERV MAN. . 


VANCE USE” sUUUs 


MAY82 04332-90004 


OCT75 04333-99000 
APR77 04333-99001 


JUL68 00434-90006 


NOV71. 00434-90006 
APR61 434A-500A 
MARG2 434A-500A 
DEC71 


AUG6S: 


APR?79. 
HEAD BOX INSTALL PROCEDURE 
OPERATING PRECAUTIONS 
SER BETWEEN 229-01151 + 345-01952. a FUSE VALUE FOR 50. CYCLE LINE OPERATION 


sl 01 
01 


SEP70 WO SER BELOW 229-01151.MOTOR + PUMP REPL 


JUL73. 04342-99003 


-NOV75 04342-99004 


ic H/C PART 
DATE NUMBER 


MBER LT. VG 
eke DESCRIPTION *** DESCRIPTION *%* DESCRIPTION *** DESCRIPTION wie DESCRIPTION tok 
1 33 03 USE A342A FICHE 04342-90056 


MAY78 04342-99005 
OCT78 04342-90006 
NOV79. 04342-90007 
MAR80. 04342-90008 
AUG81 04342-90009 
MARS3 04342-90009 


JUL73 04342-99003 
NOV75 04342-99004 
MAY78 04342-99005 


~ OCT78 94342-90006 


NOV79 04342-90007 
MAR80 04342-90008 
NOV80 04342-90009 
JUL81 04342-90009 


JUL74 00435-90011 
7 00435-90018 


“NOV8O 00435-90032 


AUG81 60435-90032 


AUG73 WA SER 1234A 
SEP75 WN SER BELOW 
SEP76 WN SER BELOW 
JAN78 WA SER BELOW 


FES78 WA SER BELOW 


JAN78 WA SER BELOW 
JUN7& WA SER 1823U 
MAY89 WA SER 1 


‘JAN76 04342-99053« 


FICHE 
DATE NU! 


JUN78 04342-99055* 
AUG79 24342-90056* 
JAN8D 34542-90057* 
JUNED £25.42-90058* 
JUNBS 24380-90059 


 MAY78 
MAINTENANCE PROCEDURES 


JAN76 04342-99053% 
AUG77 04342-99054« 
JUN78 04342~-99055* 
AUG79 04342-90056 
JAN80 04342-90057* 
JUN80 04342-90058* 
NOV81 04342-96059 


MAY75 00435-90012 
NOV80 00435-90020* 
JANS2 00435-90034 


JAN85 


RSP Soe: #ue St UI 55 Ue 


33 02. 
04 02 


: JAN76 04333-99050* 8L 01 33 02 USE 4333A FICHE 04333-99051 
APR77 04333-99051 


FEB72 00434-90007 
FESB3 00434-90009 8L 01 04 01 


01 33 03 USE A342 FICHE 04342-99054. 
NOV77 04342-99054 8L.01 33 03 USE 43424 FICHE 04342-99055 


01 
8L 01 
8L 01 


FICHE PART M POD OP 


33.03 USE. 4342A FICHE 04342-90057 
33 O03 USE 43424. FICHE 04342-90058 
33 03 USE 4342A FICHE 04342-90059 


33. 03 USI: 43424-001 
33.03: USE 4342a-001 
33 03 US! 4342A-001 
USE 4342-001 
33°03 USE 4342A-001 
33 ete 4342a-001 


FICHE 04342-99054 
FICHE 04342-99055 
FICHE 04342-90056 
FICHE 04342-90057 
FICHE 04342-90058 


"PAGE 198. 


50364, 


FICHE 04342-90059 


04 03 USE 435A FICHE 00435-90020 
04 02 USE 435A FICHE 00435-90034 


+ DOWN.LONG INPT CABLE MOD 
1S27A.RANGE SWTCH SELEC NOB 
1534U.RANGE ZWTCH SELEC NOB 
1733A.FUSE REPL 

1731U.FUSE REPL 

1750A.POWER SUPPLY. CROWBAR MOD 

& BELOW.REC PWR SUPPLY CROWBAR MOD 


A & BELOW & SER 2004U05330 & BELOW.N CONN MOD TO 


S045A- 


S045A- 


OCT34 


1629 
WITH 84818 & 84828 


JUL74. 00435-90011 
APR77 00435-90618 
NOV80 00435-90032 
AUG81 00435-90032 


JUL74 00435-90011 


_ APR?7, 0435-90018 


NOV80: 00435-90032 
AUG81 00435-90032 


JUL74 00435-90011 
APR77 00435-90018 
NOVEO 00435-90032 
AUG81 00435-90032 


JUL74 00435-90011 | 
APR?77 00435-90018 
NOV80 00435-90032 | 
AUG81 00435-98032 


JUL74 00635-90011 


MAY75 00435-90012* 


NOV80 00435-90020* 


JAN82 00435-90034 


MAY75 00435-90012* 
NOV8N 00435-90020* 
JANS2 00435~90034 


MAY75 00435-90012* 


. NOV80. 00435-90020* 


JANS2 00435-90034 


MAY7S 00435-90012% 
NOV80. 00435-90020* 


~ JAMB2 00435-90034 


-MAY7S5 00635-90012 


ALL SER.MOD TO. IMPR ADJUST ANGE OF.50 


8L 01 
8L 01 


BL 01 


MHZ REF OSCIL ASSY 
04 03. USE 435A-001 


04 02 USE 435A-001 
04 01 : 


04 03 USE 435A-002 


04 02 USE 435A-002 


04 01 


04 03. USE 435a-003 
04 02 USE 435A-003 


04 01 


04 03 USE 4354-099 
04 O02 USE 4354-009 
40 | 


04 03 USE 4354-010 


‘ALLOW PWR REF OUTPUT COMPAT 


FICHE 00435-90020 


FICHE 00435-90034 


FICHE 00435-90020 


FICHE 90435-90034 


FICHE 60435-90020 _ 
FICHE 00435-90034 


FICHE 00435-90020 
FICHE 00435-90034 


FICHE 00435-90020 


) TO -CORRECT 


ATTENING F RESP 


‘PAGE 184 


CRIPTION **® 


EN 


ER CIRCUIT 
TER CIRCUIT 
9 LINE INDICATO 


67 


D CHANGE 


ER CIRCUIT 
ER. CIRCUIT. 
LINE INDICATOR 


62 


ER CIRCUIT 


 BRGE 185 | 


435a-002 


435A-003 


435a-009_ 


435A-010 


NUMBER 


435a-012 
435a-013 


435B 


4350A 
43508 


436A 


436A-E40 


438A 


41/08/85 


M208 768 
MODEL 


435a-010 


435a-011 


0 
Cc 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE | 


OPER & SERV 
OPER & SERV 
OPER & SERV 
MAN. CHANGE 


_ OPER & SERV 


LITERATURE | 
TYPE 


OPER & SERV MAN 


OPER & SERV MAN 


MAN. CHANGE 


OPER & SERV. MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
QPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


oon NOTE SET. SELOW 


258-1 
4358-2 


OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


_OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


N 
ray ile SET BELOW 


436A-11 


‘OPER MAN 


MAN CHANGE 


SERV NOTE SET BELOW 


JUL74 00435-90011 


APR77: 00435-90018 


NOV80: 00435-90032 
AUG31 00435-90032 


JUL74 00435-90011 
APR77 00435-90018 
NOVEO 00435-90032 


—AUGB1 90435-90032 


JUL74 00435-90011 
APR77 00435-90018 
NOV80 00435-90032 


~AUGBI 00435-90032 
JUL74 00435-90011 


H/C H/C PART 
DATE NUMBER 


: DATE 


MAY75. 00435-90012. 04 
NOV80 00435-90020* 8L 01 


~ JAN82 00635=90034- 8L 01 


-MAY75 0043590012" 01 


NOV80. 00435-90020* 8L 01 
JANS2 00435-90034 8L 01 


MAY75. 00435-90012" 01 
NOV80 00435-90020* SL 01 


JAN82 00435-90034 8L 01 


MAY75 00435-90012" 01 


FICHE penta PLRT MP 


04 03 USE 435A-002 


04 02 USE 435A-002 


04 01 


04 03 USE 435A-003 


04 02 USE becom 
04 01 


04 03 USE 4354-009 
08 02 02 USE 435A-009 


04.03 USE 435a-010. 


: 


FICHE 00435-90020 
FICHE 90435-90034 


FICHE 00435-90020 
FICHE 00435-90034 


FICHE 00435~90020 
FICHE 00435-90034 


FICHE 00435-90020... 


PKSE 199 


MBER Lo oT 
#%% DESCRIPTION *&* DESCRIPTION *** DESCRIPTION cial DESCRIPTION *** DESCRIPTION mie 


‘APR77 00435-90018 


NOV80. 00435-90032 
AUG81 00435-90032 


JUL74 00435-90011 
APR7? 00425-90018 
NOV80 80435-90032 
AUG81 00435-90032 


JUL74 00435-90011 
APR77 00435-90018 
NOV80 00435-90032 
AUG81 00435-90032 


~ JUL7& 00435-90011 


APR77 00435-90018 
NOV80 00435-90032 
AUG81 00435-90032 


OCT8O 00435-90030 
JAN83 00435-90035 
FEB84 00435-90040 
JAN85: 00435-90040 


: JAN85 
JAN83 WA ALL SER.MOD TO PREV ZERO CARRYOVER 


, NOV80 00435-90020* 8L 01 


JAN82 00435-90034  8L 01 


' MAY75 00435-90012* 01 


NOV80. 00435-90020* 8L 01 
JAN82 00435-90034 8L 01 


MAY75 00435-90012* 01 
NOV80 00435-9002G* 8L 01 


JAN82 00435-90034 8L 01 


MAY75 00435-90012 01 
NOV8O0 00435-90020* 8L 01 
JAN82 00435-90034 8L 01 


4AN83 00435-90031* 8L. 01 
MAR84 00435~-90036* 8L 01 
JUN85 00435-90042 8L 01 


O4 02 USE 435A-010 FICHE 00435-90034 


04 01 


04 03 USE 435A-011 FICHE 00435-90020 _ 
04 02 USE 435A-011 -FICHE 00435-90034 


04 03 USE 435A-012 FICHE 00435-90020 


04 02 USE 435A-012 FICHE 00435-90034 


04 03 USE 435A-013 FICHE 00435-90020 


04 02 USE 435A-013 FICHE 00435-90034 


04 02° USE 4358 FICHE 0043" 70036 
04 02. USE 4358 FICHE 004 - 2042 


OFFSET ERRORS 


OCT84 WN SER 2442A & BELOW.MOD TO IMPR ADJUST RNGE OF 50 MHZ REF OSCIL ASSY 


JUL74 04350-99002 
JUL77 04350-99002 


JUL74& 04350-99002 
JUL77. 04350-99002 


OCT75 00436-90001 
APR80 00436-90012 
JUL84 00435-90034 
MAR85 00456-90034 


AUG77 04350-99052 8L 01 


AUG77 aia id bos 8L 01 


33 02 


33 02 


NOV75 00436-90005* 8L 01 04 05 USE 436A FICHE 00436-90014 
AUG84 00436-90014* SL 01 04 05 USE 436A FICHE 00436-90035 


APR85 00436-90035 : 8L. 01 


JUL85 
APR76 WA SER BELOW 1505A.REFERENCE OSCIL NOD 


APR78 WN ALL SER.HP=I8 VERFN PGM USING 985A 


; COMPAT WITH 84818 & 84828 
MAY82 WN ALL SER.FOR NOISE TRBLSHTG 
JANS3 WN ALL SER.HP-IB OPT 022 RETROFIT 
JAN83 WN ALL SER.BCD OPT 024 RETROFIT es 
JAN83 WA SER 2236A & BELOW.MOD OF HP-IB CONN MOUNT : 

AUGB3 WO SER 1938A04951 THRU 2101A12441.MOD TO ELIM GRND. LOOP PROBLEM 
OCT84 WN ALL SER.HP~IB VERF PROG FOR HP9836 CONTROLLER 
OCT84 WN SER 2432A & BELOW.MOD TO IMPR ADJUST RNGE OF 50 MHZ REF OSCIL ASSY 
NOV84 WO SER 2410A & BELOW. REC MOD WHEN CHNG DISPLAY BD ASSY A1A1. 


SEP83 00436-90024 
MAR84 00436-90024 


~AUGB4 00436-90029 8L 01 


JULBS 


04 05 


04 02 


MAY80 WA SER 1629491131 & BELOW & SER 1945000880 & BELOW. N CONN MOD TO ALLOW PWR REF eer 


SOSOA~C 


; 5060A-C 


5060A-C 


5061A 


CIRCUIT 


RIPTION, Hit 


ASSOC RESIST. 


R CIRCUIT 
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PAGE 185 


436A-E40 


"| 438A 


91/08/85 
| MODEL 
NUMBER 


438A 


43805 


440028 
440038 


| 440128 


440354 
440358 


44037A 
440378 
44055A 
440558 
4A065A 
460658 
440908 
440908 
ASO95A 
440958 


“AAI9SA 
44250 


44258 


| 4426A 
“AA26B 
HABA 


‘| 4A37A 


\ 41/08/85 
MODEL 


‘ibs ie: soe: ene ten 


- 0 


“OPER NOTE 


“A36A-11 


OPER MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


LITERATURE 
TYPE 


438A-1 


ABBA? 
‘OPER & SERV MAN 


OPER NOTE 


_ OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER ‘NOTE 


OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 
OPER NOTE 


- OPER NOTE 


OPER NOTE 
OPER NOTE 
OPER HCTE 
OPER NOTE 


“OPER & SERV MAN 


OPER &@ SERV MAN 
OPER:.& SERV MAN 


MAN CHANGE — 


OPER & SERV MAN 
OPER & SERV MAN 


‘OPER ‘ SERV MAN - 


LITERATURE. 


FIATOU WA SER 


VOECIF JIS) & CELUR & 
; COMPAT. WITH 84815. & 84828 
MAY82 WN ALL SER.FOR NOISE TRBLSHTG 


JAN83 WN ALL SER.HP-IB OPT 022 RETROFIT 
JAN83 WN ALL. SER.BCD OPT O24 RETROFIT 


~~ JANB3 WA SER 2236A & BELOW.MOD OF HP-IB CONN MOUNT 


SER L78S0UUCGU & BELURGEN LUNN MUO TU ALLUM FAR NEE 


AUG83 WO SER 1938A04951 THRU 2101A12441.M0D TO ELIM GRND LOOP PROBLEM 
OCT84 WN ALL SER.HP-IB VERF PROG FOR HP9836 CONTROLLER 
OCT84 WN SER 2432A. & BELOW.MOD TO IMPR ADJUST RNGE OF 50 MHZ. REF OSCIL ASSY 
NOV84 WO SER 2410A & BELOW.REC MOD WHEN CHNG DISPLAY BD ASSY A1A1 


SEP83 00436-90024 
MARS4 00436-90024 


H/C H/C PART 


DATE NUMBER 


AUGB4 00436-90029 8L 01 04 02 


JUL&5 


FICKE 
TE 


FICHE PART -M PD f 
DA NUMBER LT V 
eke DESCRIPTION *** DESCRIPTION *** DESCRIPTION kek DESCRIPTION *** DESCRIPTION *ee 


OCT84 WN SER 2427A & BELOW.MOD TO IMPR ADJUST RNGE OF 50 MHZ REF OSCIL ASSY. 
JAN85 WN ALL SER. REAR PAN INPUT (OPT 002) RETROFIT INSTR 


JANOO 43805-91999 
JAN76 44002-90000 
JAN76. 44003-90000 ° 


JAN76 44012-90000 


JUL77 44035-90000 
SEP77 44035-90001 


JUL77 44035-90000 — 


SEP77 44035-90001 


-NOV77 44037-90000 
NOV77 44037-90000 


AUG77 44055-90001 
AUG77 44055-90001 


ocT75 44065-90001 


OcT75 44065-90001 


JAN77 44090-90002 


JAN77 44090-90002 
DEC76 44095-90000 
DEC76 44095-90000 
SEP77 44195-90000 
MAR73 04425-99000 
MAR73 04425-99000 
MAR73 04426-99000 
MAR73 04426-99000 
JUL76 04436-99001 


JAN78 04436-99002 
NOV81 04436-90002 


SEP83 04436-90002 


OCT72 04437-99001 
AUG76 04437-99002 
NOV81 04437-90003 


H/C H/C PART ~ 


‘FICHE 


AUGB4 43805-90999 
JAN76 44002-90050 
JAN76 44003-90050 
JeN76 44012-90050 


SEP7? 44035-90050" 8L 


JAN78 44035-90051 


SEP77 44035-90050% 
JAN78 44035-90051 


JAN78 44037-90050« 


JAN78 44037~-S0050« 


SEP77 44055-90051* 
SEP77 £4055-90051# 
NOV75 44065-90051 
NOV75 44065-90051 
FEB77 44090-90052 
FEB77 44090-90052 
Av677 44095-90050« 
AUG?7. 44095-90050* 
DEC77 44195-90050* 


 SEP73 04425-99050 


SEP73 04425-99050 
SEP73 04426-99050 
SEP73 04426-99050 

7 04436-99051* 


AUS 
JUNE 04436-99052 
NOVES 04436-90052 


JAN73 04437-99051* 
AUG7? 04437-99052* 


“.JSUN84 04437-90053 


8L 01 
8L 01 
8L 01 
BL. 01 


01 
8L 01 


8L 01 
8L 01 


BL 01 
8L 01 
BL. 04 
BL 01 
SL. 01 
BL 01 
BL 01 
BL 01 
BL 01 
8L 01 
BL 01 

01 

01 

01 
. 01 


BL 01: 


8L 01 
8L 01 


01 
8L 01 
8L 04 


30 01 
09 01 


09 01 


09 01 


09 01 
09 01 


09 01 
09 01 


09 01 
09 01 
09 01 
09 01 


USE 44035A FICHE 44035-90051 


‘NO LONGER 
NO LONGER: 


NO LONGER 


-NO. LONGER 


09°01 


09 01 


09.01 
09 01 
09 01 
09 01 
09 01 
33 01 


FICHE PART MP DP. 


NO LONGER 
NO LONGER 
NO LONGER 


USE. 4436A 
USE 4436A 


USE 4437A 
USE 4437A 


USE 440356 FICHE 44035-90051 


AVAILABLE 


AVAILABLE 


AVASLABLE 
AVAILABLE 


AVAILABLE 
AVAILABLE 
AVAILABLE 


FICHE 04436-99052 
FICHE 04436-90052 


FICHE 04437-99052 


FICHE 04437-90053 


MUIPUL - 


PAGE 200. 


PAGE 201 


| 1105795 
“NOPE 


“50614 
5062¢ 


5062C=H3 


5062C-00 


- 5062¢-00 
5062-00 


5062C-01 


| syoae 
. MODEL 


[PTION eke 


PAGE 187 


PTION ae 
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19/08/85 
MODEL 


NUMBER 


MAS7h 
| 444a 
| 44408 


4a4i3a 


AA4IGA 
44420A 


| 44420a-001 


44421A-010 
444220 


4b422A-020 


| 444230 


444250 
44426A 


444274 
444278 


44428A 
44429A~120 


11/08/85 
MODEL 


: NUMBER 


af 


OPER NCTE 
OPER NOTE - 
OPER & SERV MAN 


OPER 2 SERV MAN 
OPER & SERV. MAN 


“MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER. & SERV MAN 


- LITERATURE 
TYPE 


MAN CHANGE 
OPER NOTE 


OPER & SERV MAN . 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 
OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 
OPER & SERV MAN 


OPER & SERV MAN 


OPER & SERV MAN 


SERV NOTE SET BELOW 


— &ASS2A 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 

OPER. & SERV MAN 


OPER & SERV MAN 


OPER. & SERV MAN 


OPER & SERV MAN 


APPLICA NOTE 290-1 


OPER & SERV MAN 


APPLICA NOTE 290-1 


OPER & SERV MAN 
OPER & SERV. MAN 


_. LITERATURE 
TYPE 


Pe ee ee ee a a a a 


MAR73. 04426-99000 
MAR73 04426-99000 


~ JUL76 04436-99001 


JAN78. 04436-99002 
NOV81 04436-90002 
SEP83 04436-90002 


OCT72 04437-99001 


AUG76 04437-99002 


NOV81 04437-90003 


H/C. H/C PART 


DATE NUMBER 


APR84 04437-90003 
JUN72 00444-90005 


AUG71 04440-99001 
OCT75 04440~99002 


DEC77 04440-99003 


FEB82 04440-90003 
APR84 04440-90003 


FEB75. 44401-90000 


FEB75 44401-90000 


MAY77 44403-90000 
NOV77 44403-90002 


NOV77 44404-90000 
DEC77 44405-90000 


NOV77 44413-90000 
OCT79 44413-90001 


AUG78 44416-90000 
JUN81 44420-90001 
JUN81 44620-90001 
AUG81 44421-90001 


ocTs2 
JUN8S2 WN ALL SER.OPERATIONAL VERIF PROC 


_ AUGB81 44421-90001 “NOV81 44421-90051 


JAN82 44423-90000 
APR83 44428-90001 
JUL83 44423-90001 


MAY81. 44425-90001 


APR81 44426-90000 
MAR82 44426-90001 


MAR82: 44427-90001 
SEP81 5952-8880 


MAR82 44427-90001 
SEP81 5952-8880 


JAN82 44428-90001 — 
APR81 44429-90000 _ 


“DATE 


FICHE 
_ DATE NUMBER. 


ACeraraTTAL cee REO PATATTAL CLE RERKRACRKS Snel 428 Re RAd ome REL OL: 


H/C. OC PART 


eet tat et FI we Wt. 


SEP73 04426-99050 01. 
SEP73 04426-99050 =. 01. 


AUG?7 04436-99051« 8L 01 
JUNTB 04436-99052* 8L 01 


NOVES 04436-90052 bo 01 


- JAN73 04437-99051% 01 3 
AUG77 04437-99052* 8L 01 32 


JUNS84 04437-90053 8k 01 


FICHE FICHE PART M P 


DATE NUMBER LTV 
kk DESCRIPTION **% DESCRIPTION *x* DESCRIPTION weK DESCRIPTION ike DESCRIPTION kkk 


~ JUN84 04437-90053 8L 01 


SEP72 00444-90006 01 
FEB76 04440-99051* 8L 01 
AUG?7? 04440-99052* 8L 01 
DEC?77 04440-99053* 8L 01 
JUN84 04440-90053. 8L 01 
SEP85 44401-90056 -8L 01 
SEP85 44401-90050. 8L 01 


AUG?77 44403-90050* 8L 01 
JAN78 44403-90052 8L 01 


JAN78. 44404-90050 = 8L 01 


_ JAN78 44405-90050 8L 01 


APR78 44413-90050* 8L 01 
DEC79. 44413-90051 8L 01 


OCT78 44416-90050 8L 01 
AUG81 44420-90051. 8L 01 
AUG81 44420-90051 8L 01 
NOV81 44421-90051 8L 01 


8L 01 
MAR&2 44423-90050* 8L 01 
SEP83 44423-99051 81 01 
JUL81 44425-90051 8L 01 
JUN81 44426-90050* BL 01 


MAY82 44426-90051. 8L 01 


MAY82 44427-90051 8L 01 


MAY82 44427-90051 8L 01 


MAR82 44428-90051. -8L 01 
JUN81. 44429-90050 8L 01 


~ FICHE PART. wy P 


OF THERMOCOUPLE 


“09 


USE 4436A FICHE 04436-99052. 
USE 4436A FICHE 04436-90052 


USE 4437A FICHE 04437-99052 
USE 4437A FICHE 04437-90053 


33 01 


“PAGE 201 11/98/85 


D : 


33 01 USE 44408 FICHE 04440-99052 
33 01 USE 4440B FICHE 04440-99053 
33 a1 USE 44408 FICHE 04440-90053 


5085A 


09 01 USE 444034 FICHE 44403-90052 
SO87A 


| 5088-7049 

O09 01 USE 44413A FICHE 44413-90051 

09 01 de. | Sog9a 

09 01 
50908 


09 01 : 
09 O2 USE 44423A FICHE 44423-90051 
09 Oe 
09.01 


O9 O02 USE 44426A FICHE 44426-90051 
09 02. : 


09 


09 0 
09 


PAGE 202 o 


11/08/85 
“MODEL 
NUMBER - 


D ha 


TION wee 


PLY WITH 


RTS 
IRCUIT 


NT 
ST. FAILS 


“PAGE 188 


TION tek 


PAGE 187 


Preven 


4s427A 
| 444276 


444284 


11/08/85 
MODEL 
NUMBER 


44t30A-130 


4ABS1A-115 


444320 


44461 A-201 


44462A-020 


44465a-050 
44468A 


| 46495A 


| 4B4968 


44498A 
445274 


S4532A 


44538A 
44539A 


445400 


ABSA 


AASOZA 


91/08/85 
MODEL 


44429A~120 


ao 


ViRN & VER 


ita 
OPER & SERV MAN 
OPER & SERV MAN 


“APPLICA NOTE 290-1 


OPER & SERV MAN 
APPLICA NOTE 290-1 


OPER & SERV MAN 
OPER & SERV MAN 


LITERATURE 
TYPE 


OPER & SERV MAN 
OPER & SERY MAN 


MAN CHANGE 
OPTION MAN 


SERV M 
INSTALL Ne SERV. MAN 


SERV MAN 
MAN CHANGE 


SERV. MAN 
DATA, ACQU/CONT UNIT 


OPER NOTE 
MAN. CHANGE 


SERV MAN 

MAN CHANGE 

SERV NOTE SET BELOW 
44538A/44539A/ 
44540A-1 


SERV MAN 
MAN. CHANGE 2 
SERV NOTE SET BELOW 


<BASSBA/44539A/ 
4a! 


“NUMBER... € 


S40A-1 


SERV NCTE SET BELOW 
MAS3BA/44539A/ 
44540A~1 


TEST FIXTURE VERIF 
MAN CHA 


OPER NOTE 


— LITERATURE — 
TYPE 


JAN82 44428-90001 


‘AUG81 44431-90000 


AAS TL SEO FU 
MARS2 44426-90001 


MARB2 44427-90001 
SEP81 5952-8880 


MAR82 44427-90091 
SEP81_ 5952-8880 


VUNGT SASCOM7UUSUR OL UI UF Uc USE S44c0A FICHE 44426-90051 
_ MAY82 44426-90051 810109 02 a 


MAY82 44427-90051 8L 01 09 02 


MAY82 44427-90051 8L 01 09 02 


MAR82 44428-90051 8L 01 09 04 
JUN81 44429-90050 8L 01 09 02 


APR81 44429-90000 


PAGE. 202 
H/C H/C PART FICHE FICHE PART M PD 
DATE NUMBER DATE NU 


MBER t TV 
*ek DESCRIPTION *** DESCRIPTION *** DESCRIPTION ake DESCRIPTION kkk DESCRIPTION kkk 


APR81. 44429-90000 JUN81 44429-90050. 8: 01 09 02 


MAR82 44431-90051. 8L 01.09 02 
NOV81. 44431-90000 


MAR82 44432-90000 


ARP83 44461-90000 
MAR84 44461-90001 


JAN83 44462-90000 
APR84 44462-90000 


FEBB3 44465-90000 
DEC82 44468-90000 


AUG82 44495-90000 
JUL83 44495-90000 


AUG80. 44496-90000 
FEB81 44496-90001 
AUG83 44496-90002 


AUG80 44496-90000 
FEG81 44496-90001 


JAN8O 44527-90000 
DEC78 44532-90000 
MAY81 44532-90001 
JUNS2 44532-90002 


JUNSS 44538-90003 
AUGB4. 44538-90003 


APR84& 
JAN84 WO SER # NOT APPLICABLE.IMPROV PANEL PLUG TO PADDLE PIN CONN 


MAY82. 44432-90050 8L 01 09.01 


OCT83 44461-90050* 8L 01 09 0% USE 44461A FICHE 44461-90051 
JUN84 44461-90051 8L. 01 09 02 


JUNB4 44462-90050 8L 01.09 G2 


MAY83. 44465-90050 8L 01 09 02 
FEBS3 44468-90050 8L 01 09 01 
AUG83 44495-90050 8L 01 09 01 
NOV8O 44496-90050* 8L 01 09 01 USE 44496A FICHE 44496-90051 
JUN81 44496-90051* 8L 01 09 01 USE 44496A FICHE 44496-90052 
SEP83 44496-90052 8L 07 09 01 


NOV8O 44496-90050* 8L 01 09 01 USE 44498A FICHE 44496-90051 
JUNS1 44496-90051% 8L 01 09 01 USE 44496A FICHE 44496-90052 


MAY8O 44527-90050 8L 01 09 01 
MAR?79 44532-90050* 8L 07 09 01 USE 44532A FICHE 44532-90051 
JUN81. 44532-90051% SL 01 O09 01 USE 44532A FICHE 44532-90052 
AUG82 44522-90052 8L 01 09 01 


SEP84 44538-90053. 8L 01 09 02 


JUN84 44538-90003 
AUG84 44538-90003 


APR84 se 
JAN84 WO SER # NOT APPLICABLE. IMPROV PANEL PLUG TO PADDLE PIN CONN 


SEP84 44538-90053 8L 01 09 02 


~~ 


APR84 
JAN84. WO SER # NOT APPLICABLE. IMPROV PANEL PLUG TO PADDLE PIN CONN 


OCT82 44547-90000 
AUG85 44547-90000 


APRB3. 44593-90000 


~— OCTBS 44547-90050 BL 01 09 01 


MAY83 44593-90050 8L 01 09 01 


Se - PAGE 203 
ee FICHE FICHE PART M POD OP 


ES DATE NUMBER LT VG 
tee DESCRIPTION kkk DESCRIPTION tek DESCRIPTION tek DESCRIPTION ik DESCRIPTION seek * 


1108/85 


NOYBER 


-D1O5A 


51104 


11/08/85 
MODEL. 
/ NUMBER » 


pe ot tala 


&4540A SERV NCTE SET BELOW 


Mo. 


we APR&4 
#45384 /445390/ JAN84 WO SER # NOT APPLICABLE. IMPROV PANEL PLUG TO PADDLE PIN CONN 
AGSA7A TEST FIXTURE VERIF OCT82 44547-90000 OCTAS 44547-90050 BL 01 09 01 
: MAN CHANGE AUG8S 44547-90000 ; = 


OPER NOTE APR83 44593-90000 -—- MAY83 44593-90050 8L 01 09 01 


PAGE 188 11/08/85 a Pee : PAGE 203 
"MODEL ee 


11/08/85 
0 LITERATURE H/C H/C PART ‘FICHE FICHE PART MPD P . MODEL 
aes NUMBER TYPE DATE NUMBER DATE NUMBER LT V | NUMBER 
TON doe sek DESCRIPTION #&& DESCRIPTION *#* DESCRIPTION tek DESCRIPTION kk DESCRIPTION tee 
4468 OPER NOTE ~ pEC66 00446-90001 OCT83 00446-90002 8b 01 04 01 5181A 
4A7OA OPER & SERV MAN Of T69 04470-99001 AUG71 04470-99051 01 33 05 5182A 
bias -. MAN CHANGE APR71. 04470-99001 
REVISION SERV NOTE SET BELOW MAY78 
‘4470A~1 FEB70 WA SER 851-,852-,909-,910-.MOD TO RED 1.0. FREQ NOISE 
4A70A~2  JUN70 WA SER BELOW 944,MOD TO RED EXCESS NOISE AT 1 MHZ 3 ae 
AATOA~4 AUG70 WA SER BELOW 944.MODIFICATION TO REDUCE EXCESS NOISE AT 1M 
470-5 AUG70 WA SER BELOW 944.MOD TO SUPPRESS PARASATIC OSCIL AT 10 He OR 30 HZ-SUPER A470A-3- 
4A70A~6 SEP70 WA SER BELOW 944.MOD TO STABILIZE PERFORMANCE AT 100 H 
4470A-7/44708-4 HAR? WO SER BELOW 1024J.MOD TO RED EXCESSIVE INTERNAL, NOISE” 51820A 
44704 JUN71 WA SER 851 TO 1106.MOD & CALI8 PROCEDURE 
520 
44708 OPER & SERV MAN —- SEP70 04470-99100 FEB76 04470-99150 81. 01 33 03 
MAN. CHANGE APR71 04470-99100 
‘SERV ‘NOTE SET BELOW |AY78 S20A 
’ 4470A-7/4470B-1 MAR71 WO SER BELOW 40240 MOD TO RED EXCESSIVE INTERNAL NOISE 
448A OPER NOTE JUL71 00448-90003 MAY80 00448-90004 8L 01 04 01 Ns ge 
. MAN CHANGE FEB75 00448-90003 5201L 
45D INSTR & OPER MAN —- DEC60- 00045-91367 OCT74 00045-90057. = 01:11:01 sick 
oe 5201L-01 
456A OPER & SERV MAN SEP73 00456-90004 DEC73 00456-90054 © 01 09 01 : 
AS7A OPER & SERV MAN DEC67 00457-9002 SEP82 00457-9003  8L 01 02 01 5201L-02 
MAN CHANGE OCT69 00457-9002 ; 
AGIA OPER & SERV MAN JAN75 00461-90006 FEB80 00461-90056 8b 01 09 02 5201L-03 
MAN CHANG DEC79 00461-90006 eae 
SERV NOTES SET BEI.OW MAY78 : 
461A~1A JUN67 SER BELOW. 418-00700.@4 THRU @8 REPL 5201L~04 
A61A/462A-2 APR66 NOISE ELIMINATION PROCEDURE 
~ &61A/462A-1 = NOT AVAILABLE 
461A/462A-3 JUL74 WN SER 0946A04790 + DOWN.GAIN BANDWIDTH IMPROVEMENT 520ek 
462A . OPER & SERV MAN JAN7S 00461-90006 FEB80 00461-90056 8L 01 09 02 : 
MAN CHANGE DEC79 00461-90006 5202-01 
SERV NOTE SET BELOW MAY78 
461A/462A-2 APR66 NOISE ELIMINATION PROCEDURE 
461A/462A-1 as NOT AVAILABLE 5202L~02 
461A/462A-3 JULT4 SER. 0647A01625 + DOWN.GAIN SANDWIDTH IMPROVEMENT 
| 463A OPER & SERV MAN _—OCT71._: 00463-90002 JUL72 00463-90052 «01:09 02° 5202L-03 
' SERV NOTE SET BELOW MAY?S 
463A-1 FEB67 © SER BELOW 624-00150.A1CR1,A1CR2 REPL 
463A-2 FEB67 RANGE SWITCH ALIGN TO ELIM PUSHBUTTONS FROM STICKING 5202L-04 
A63A~3A-S JAN77 WN SAFETY.ALL SER. SAFETY HAZARD ELIM es 
‘463A-4 -MARSB. SER BELOW 738-00340.A3Q4,A3Q6 REPL 
A63A-5 - NOT AVAILABLE 5203L 
A63A-6 JUL71 WN PREVENTION OF OSCILLATIONS 
AG3A~7A JUL75 WN SAFETY.SHOCK HAZARD REVISION 
NCTION ec 5203L-02 
TION & IS GSA OPER & SERV MAN DEC74 00465-90003 FEB80 00465-90053 8L 01 09 01 cars 
. : MAN CHANGE DEC79 00465-90003 : 


PAGE 189 11/08/85 — oe ee ee jae Ce EE 8 RABE BOK oT aa ogres 
ee MODEL —«O LITERATURE H/C -H/C_PART FICHE FICHE PART M PDP. ee ae ie MODEL 

oo 2MMBER CSTE DATE. NUMBER ——s~éDATE.=~—~S*CUNUMBER. «SCL SVG 7) NusER 

[CN ke cearereas tee DESCRIPTION 8 DESCRIPTION *he DESCRIPTION *## DESCRIPTION ee DESCRIPTION » ied “A 


M65A SERV NOTE SET BELOW Cer foe “APR79.- Le ae Pee oe : i. ‘ont ny 


ee Be bapeuantae tei SN SahVN Vt UU CVe MIVA ZALVAG : 

463A-2 FEB67 RANGE SWITCH ALIGN: TO ELIM PUSHBUTTONS FROM STICKING ad “| 5202L-04 
4&63A-3A-S “JAN7? WN SAFETY.ALL SER. “SAFETY HAZARD ELIM 

463A~4 MARS8 SER BELOW 738~00340.A3Q4, A306. REPL 
463a-5 = NOT AVAILABLE . ; 5203. 
463A-6 » SUL71 WN: PREVENTION. -OF: OSCILLATIONS es 

4O3A-7A ; SUL75 WN SAFETY.SHOCK HAZARD REVISION 


5203L-02 


OPER. & SERV MAN DEC74 00465-90003 FEB8O 00465-90053 8L 01 09 01 
MAN CHANGE DEC79 00465-90003 


PAGE 189 11/08/85 i oo PAGE 204 
MODEL | 


O LITERATURE =—sH/C_——sSCY/C PART ~—sFICHE. «FICHE PART M POD OP” et ean 
| | MBER oc TYPE DATE NUMBER —sODATE.=—sSNUMBER' SsL ST VOCG c peeR 4 
Noth 7 "tke DESCRIPTION *4* DESCRIPTION *** DESCRIPTION *#* DESCRIPTION #k* DESCRIPTION 1 se 
465A SERV NOTE SET BELOW APR79 | 7 | | woose ens 
| ASA-1 ~~ APR66.—-« SER BELOW 530-00410.REPL C8 TO INCR GAIN ACCUR AT 5 HZ 
4650-2, ssi sCNOT AVAILABLE | 
A65A-3A.=-——=—*=*=<~*«S ARK WO QG RECOMMENDED REPLACEMENT boi scarce 
465A-4 JUL" WN SER BELOW 0970A03785.HARMONIC DIST , 
465A-5 JUN78 WN SER O970A05055 & BELOW.REC REPL FOR R28 StA/C/B/E 
: 465A-6 -DEC7B WO SER BELOW 0970A05175-REC REPL FOR TRANSISTOR 09. 
466A —-s-—=Ss«CPER & SERV MAN —AUGG9. 00466-90003 —=«»DECB1 00466-90053 8L 01 09 01 
ne MAN CHANGE MAY70 00466-90003 
“SERV NOTE SET BELOW JAN79 
~ ASGAMIA - _AC PWR SUPPLY INSTALLATION 
HANGING —466A~2 - SER BELOW 019-00300. REDUCTION OF DIST 
| | ava OPEN & SERV MAN AUG 00467-90003 AKO 00467-90053 &L. 01 09 01 
) RANGING fre MAN CHANGE DEC79 00467-90003 | 
ete SERV NOTE SET BELOW cT80 
SET ADJ ; : 467A-1 MAY70 WO SER BELOW 9649-02285. REC REPL FOR A1CR114,A1CR107 FOR IMPR OUTPT CURRENT LIMITING : S210A 
UT ABORT A67A-2 JUN74 WN SER BELOW 0994A03170. CROSSOVER DIST : 
| : |  a67a-3 JUN78 WN SER 0994A03870 & BELOW.REC REPL FOR f1 Soa08. 
STATUS 467A~4& MAY80 SER 0994404125 & BELOW.REC REPL PARTS FOR 1-04 ; 
: 475A. OPER & SERV MAN APRS. A7SA-SO1A FEB79 5951-6225 BL 01 04 01 Be IREA 
i 4758 OPER & SERV MAN UGS 4758-900 MAR76 00475-90001 8L 01 06 01 nzl05A 
476A OPER NOTE MAY66 00476-90003  OcT70 00476-90005 01 04 01 secs 
‘| 4778 OPER NOTE OCT65 4778-900 JAN75 00477-90001 «01 04 01 cals 
MAN. CHANGE MAY74 4778-900 1 insane 
' SURGE : SERV NOTE SET BELOW APR79 
4778-1F - DISASSY,ASSY,+ TESTING. PROCEDURE 521108 
477R-2 JAN74 WM ALL SER.RF CONN + THERMIS ASSY REPL : 
478A OPER NOTE NOV77 QO47B-0016 MAYE2 00478-90017* BL O1 04 01 USE A7BA FICHE 00478-9000 3e1AA 
OPER & SERV MAN MAYBS 00478-90019  SEP85 00478-90020 @L 01 04 0 
SERV NOTE SET BELOW APR79 
478A~1D OCT78 WO ALL SER.THERM. ASSY REPL PROC. NG -THE THERMISTOR ASSEMBLY 
A78A~2A OCT78 WO SER BELOW 49673.RF CONN ASSY REPL 
478A-3 SEP78 WN SER BETWEEN 49673 & 65600.GROUND MOD TO PREVENT CURR FLOWING THRU THERMISTOR. 5212a~02 
4800 —s—ts«C PER & SERV MAN ——-MAYSB 04800-91014 -JAN76. 04800-91019 8L 01 21 02 
MAN. CHANGE SEP75 04800-91014 5212A-03 
SERV NOTE SET BELOW MAY78 
4800A-1 "= SER 630 TO B05-REC SERVICE PROCEDURE : Ag 
4800A-2 FEBG8 WO SER BELOW B05~.MOD KIT FOR REPL OF THERMISTOR AI7R14 | 21214 
4800A~3 JUN69 MOD TO UP PWR-ON INDICATOR LIFETIME : 
4800A-4 OCT69 WO SER BELOW 805-.MOD TO ELIM ERRATIC OPER DUE TO POWER SUPPLY LOADING 521928 
4E01A OPER & SERV MAN MAYS8 4800-91014 JAN76 4800-91019 BL. 01 21 02 badd 
2, MAN. CHAN SEP75 04800-91014 
SERV NOTE SET BELOW AY78 
4801A-1 JAN68 SER BELOW 640--PREF REPL FOR 03 & L6 S24 4L 
4801A-2 - SER BELOW 802-00569.MOD TO STOP METER OSCILLATION : 


4801A~3 = TRBLSHTG HINT (PROTECTIVE DIODES) 


11/08/85 CEP ate Sad ty - BE = PASE 205 | 11/08/85. 
-MOPEL LITERATURE H/C: H/C PART FICHE SICHE PART MPD Pe fe : deco fe MOREL: 0 
ve TYPE “DATE: NUMBER ATE >’ NUMBER LT VG NUMBER: ¢ 
: eek DESCRIPTION one DESCRIPTION ake DESCRIPTION tik DESCRIPTION tok DESCRIPTION tok = 


‘SER BELOW 802-.MAGNETIC SHIELD FoR Kye ie a ae ree | aoe S214: 


4801A 


AGE 190 


41/08/85 
MODEL 
NUMBER 


| wnek 


JIT 
4901A 


| 4905A 


(02 ONLY: 
CKS 


SIG 905A 


| Agta 


6E 191 =| |-49708/85 
| MODEL 

: eo ‘NUMBER 

RANGE || ATA 


asic 


OPER & rate MAN 


MAN 


4801A-2 
4801A-3, 


LITERATURE 
TYPE. 


4B01A~4 


OPER & SERV HAN 


MAN CHANGE 


SERV NOTE SET BELOW 
4815A-1 : 


“AB15A-2 | 
4815A-3 


 ABISA-4A 


4815A-5 
A815A-6 


OPER NOTE 


OPER NOTE 


OPER & SERV MAN 
SERV NOTE SET BELOW 


X-487B-1A 


OPER & SERV MAN 


MAN. CHANGE 


SERV NOTE SET BELOW 
489A-7/4910-7 
489A-8/4910-8 

OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE 


OPER MAN 
MAINT MAN 
SERV MAN 
SERV MAN 


OPER MAN 
MAINT MAN 
SERV MAN 
SERV MAN. 


SERV “AN 
OPER MAN 
SERV MAN 


SERV NOTE. SET BELOW 


4904A~1-S 


OPER & SERV MAN 
OPER & SERV MAN 


“OPER & SERV MAN 
SERV NOTE SET BELOW 


491A-1B 
491A-2 


LITERATURE 
“TYPE 


491A-3 


OPER & SERV MAN 
MAN CHANGE 


CHAN 
SERV NOTE FSET BELOW 
4801A-1 


~ que70 00489-90006 
“APRA? NNARO-ONn 


OCT69 WO SER BELOW 805-.MOD TO ELIM ERRATIC OPER DUE TO POWER SUPPLY LOADING 
MAY68 04800-91014 -JAN76 04800-91019 BL O1 21 02 
SEP75 04800-91014 


AY78 
JAN68 SER BELOW 640~. PREF REPL FOR Q3 & L 
= SER BELOW 802-00569.mMOD TO. STOP METER OSCILLATION 
TRBLSHTG HINT (PROTECTIVE DIODES) 


H/C H/C. PART FICHE gl PART M PDP 
- DATE NUMBER DATE NUMBER L T VG 
wkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION. ek 


= SER BELOW 802-.MAGNETIC SHIELD FOR KI 


AUG66 04815-90011 JANBS 04815-90170 8L 01 21 03 
SEP75 04815-90011 


MAY78 
= MOD KIT TO PROVIDE IMPR PROBE CENTR PIN.ALSO USED WITH TYPE OOs01A COMPON.MNTG ADAPT 
- CIR CHNG WHEN REPL TRANS & STOP METER OSCILLATION 
i SER BELOW 740-.M0D TO IMPR ALC. BANDWIDTH CONTROL 
SEP70 WO SER BELOW 840-.PREF REPL DIODE A2CR3 
JUN69 PREF TRANS. REPL 


. NOV72 WN IMPED & PHASE ACCUR CK FIXTURE CHANGE 


FEB69. 00485-90005 


MAR71 00486-90019 
JUL78 00486-90023 


NOV85 00485-90006 8L 01°04 01 


APR71 00486-90020* 01 04 01. USE 486A FICHE 00486-90024 
NOV78 00486-90024 8L 01 04 01 


APR79 
> METHOD FOR TESTING + REPL THERMISTOR 


AUG70. 00489-90006 MAY85. 00489-90007 8L 01.45 02 : F 
APR82 00489-90006 bars 

A 
OCT75 WN ALL SER.IMPR TWT INSTALL.SUPERSEDES ALL PREV SERVICE NOTES 
OCT76 WN ALL SER.REPLACEMENT OF RELAY K2 


AUG62 490A-900 APR81 5951-6227 BL 01 04 01 


SEP60 4908-900 APR81 5951-6228 8L 01 04 01 
JUL62 4908-900 


SEP73 04900-90003 FEB85 04900-90010 8L 01 38 01 
AUG68 04900-90000 APR71 04900-90011* 01 38 02 USE 4900A FICHE 04900-90013 
JUL76 04900-90012 NOV77 04900-90013* 8L 01 38 02 USE 4900A FICHE 04900-90015 
FEB82 04900-90014 SEP82 04900-90015 8L 01 38 01 


SEP73 04900-90003 FEB85 04900-90010 8 G1 38 01 

AuG68 04900-90000 APR71 04900-90011* 01 38 02 USE 4901A FICHE 04900-90013 
JUL76 04900-90012 NOV7? 04900-90013* 8L 01 38 02 USE 4901A FICHE 04900-90015 
FEB82. 04900-90014 SEP83 04900-90015 . 8L 01.38.01 pete 


NOV70 04904-90012 SEP75 04904-90013* 8L 01 38 02 USE 4904A 
OCT72 04904-90011 SEP73 04904-90018 01 38 02 
SEP83 04904-90024 ey 04904-90023 8. 01 38 02 


8 E 
APR84 WA SAFETYSSER 2023A9655 & BELOW. TESK FOR POT HAOCK HAZ ae 
SUPERSEDED BY 4904A-1-S 


AUG7? 04905-90005 AUG77 04905-90007 SL 01 38 01 USE 4905A FICHE 04905-90009 
JAN83 04905-90008 SEP83_ 04905-90009 8L 01.38 01 


MAR61 491A-SOO0A MAY71 00491-90002 07.45 01 
APR79 


NOV65. - SER 130+ DOWN.PROC TO USE NEW. TWT 
= PROC TO INSTALL REPL ELECTROMAGNET 


FICHE 04904-90023 


a re PAGE 206 
H/C H/C PART FICHE FICHE PART HP p Pp 


DATE NUMBER DATE... NUMBE: 


LT Vee 
_ whe DESCRIPTION ahh DESCRIPTION ik DESCRIPTION ake DESCRIPTION kk DESCRIPTION kik 
= NOT AVAILABLE 


MAYSS ‘00489-90007, BL 01 aS 02 


aad 205 


52122A 
52126A 


5274 


11/08/85 
MODEL 


NUMBER © 


5274b © 


5214-02 


5214L-03 


52168 


522A 


5228 


S22ia 


52218 


52e3t 


5223L-02 
5223L-03 
5238 


41/08/85 
MODEL - 
NUMBER 


5238 


ao 


ima min 


S7USA,  . (ss PER & SERV MAN AUG(? 04905~90005 AUS7? 04905-90007* 8L 01.38 01 USE 4905A FICHE pr eler 200d? 
meee OPER & SERV MAN JAN83 04905-90008 SEP83 04905-90009 8L 01 38 01 


OPER & ‘SERV MAN MAR61 491A-SODA MAY77. 00491-90002 01 45.01 
SERV NOTE ou BELOW. APR79 

49TA~1B:: NOV65 SER 130 + DOWN.PROC TO USE NEW TWT 

49iA-2 = PROC TO INSTALL REPL BEEP TRORAGNET, 


yy ille, See . cue 7 a te PAGE 206 


LITERATURE H/C H/C PART FICHE . FICHE PART M PD P 
NUMBER Cc TYPE DATE NUMBER - DATE | NU! 


MBER. L TYG 
wee DESCRIPTION *# DESCRIPTION *** DESCRIPTION *** DESCRIPTION *x* DESCRIPTION *+# 
ASIA 491A-3 ae NOT AVAILABLE 


491¢ OPER i SERV MAN AUG70 :00489~90006 MAY85 00489-90007. 8L 01 45 02 
MAN. CHANGE APR82 00489-90006 

: » SERV NOTE SET BELOW APR79 
489A-7/4910-7 OCT75 WM ALL SER.IMPR TWT INSTALL.SUPERSEDES ALL PREV SERVICE NOTES 
489A-8/4910-8 OcT76 WN ALL SERSREPLACEMENT OF RELAY Ke 


PRELIM MAN =——=«AUG73.-: 04910-90000 SEP73 04910-90028* 01 38 01 USE aide: Ficue: basipes000y ce 
INSTR MAN AUG73 04910-90029 SEP73 04910-90030 01 38 01 Re 


OPER MAN " AUG73. 04910-90004 OCT84 04910-90007. 8L 01 38 01 
SERV MAN JAN71. 04910-90005 APR71. 04910-90008 01 38 02 
MAN CHANGE JANOO 04910-90005 
SERV NOTE SET BELOW JANT9 : : 

* -4910B=1 AUG70 WN MOD TO RED AC I/O ON OPEN FAULT MEAS 


OPER MAN AUG73. 04910-90004 OCT84 04910-90007 8L 01 38 01 
SERV. MAN JAN71 04910-90005 APR71 04910-90008 01 38 02 
MAN CHANGE JANOO 04910-20005 


OPER MAN AUG74 04910-90010 FEB85 04910-90020 8L 01 38 01 
SERV MAN MAR77 04910-90011 NOV85 04910-90021 8L 01 38 02 


‘SERV NOTE SET BELOW JUL81 
4910F-3 MAR81 WO SER 1146406470 & BELOW.REC REPL OF 4 TIER POT 


OPER & SERV. MAN MAR7? 04910-91002 JAN78 04910-91003* 8L 01 20 : USE 4910G FICHE 04910-91036 
OPER & SERV MAN FE883 04910-91035 tH 04910-91036 8L 01 3 

SERV NOTE SET BELOW APR84 

49106-1 SEP77 WO SER 1636A01011 & BELOW.MOD TO ADD PROTECTION TO FORM C RELAY. 

49106-2 JAN78 WA SER 1636A00205 & BELOW.MOD TO IMPROVE XTAL OSC. 

49106-3 MAY78 WN ALL SER.REC INSTALL OF BATTERY SUPPORT PLATE 

49106-4 DEC83 WN SER 1636A00525 & BELOW.12-VOLT BATT MOD 


OPER MAN SEP73 04912-90004 SEP73 04912-90005 01.38 01 
SERV MAN MAY?? 04912-90019 JUL77 04912-90020 8b 01 38 01 
MAN CHANGE JUN77 04912-90019 


OPER. WAN MAY?3 04913-90001 NOV85 04913-90002 8L 01 38 01 
MAN CHANGE JUL73 04913-90001 
SERV MAN JUN74 04913-90003 AUG74 04913-90004 8L 01 38 02 


SERV MAN MAY72 04914-90003 NOV77 04914-90004 8L 07 38 01 
MAN. CHANGE JAN77 04914-90003 


OPER & SERV MAN SEP77 04916-90000 NOV77 04916-90006 8L 01 38 01 


OPER & SERV MAN JAN74 04917-90000 JUN75 04917-90004 © 01.38 01 
MAN CHANGE MAR75 04917-90000 


OPER & SERV MAN JUL70 04918-90006 NOV7? 04918-90010. 8L. 01 38 01 
MAN. CHANGE 5 JUN7?-04918-90006 


OPER & SERV MAN OCTS6 492A/494A-S01A FEB79 5951-6229 BL 01 45 03 SER 5 & ABOVE (BUT BELOW SER PFX 947~) 
OPER & SERV MAN OEC59 AVEA/APAARSOIB SER PFX 947= TO. SER PFX 010- 


11/08/35 ; oe eye 7 PAGE 207 
MODEL : 


0 LITERATURE H/C. H/C PART FICHE FICHE PART MP De 
NUMBER C TYPE ——séATE NUMBER DATE. NUMBER LTV ; 
Co ee ae "tei DESCRIPTION #&# DESCRIPTION #44 ‘DESCRIPTION ot DESCRIPTION ik DESCRIPTION eke 
492A MAN CHANGE —si—«*EBO 4924/4944-5018 FEBT9 5957-6229. “BL 01 45 03 . 
aoe MAN. SUPP  GUN69 492A/494A-5018 
OPER & SERV HAN - JANGZ. 492A 749402900" se ESS gee pee Oe £ ABOVE 


MAI CHANGE JAN6S: 49ZA/494A-900. 


5223L-02 
5223L-03 
5238 


11/08/85 
MODEL 
NUMBER | 


5238. 


523. 


-523cR 


523D 


5230R 


5232A 


5232A-02 


“5232A-03 


5233L 


5233L-02 


5233L-03 


324A 


11/08/85 
MODEL 
NUMBER 


524A. 


0 
0 
a8 
3 
: 


“ao. 


91/08/85 
MODEL 


NUMBER 


492A 


49204, 


“4920A-002 


4920A-003 
49258 


| 49258. 
| 493A 


11/08/85 
MODEL 
NUMBER 

‘49384 


Pury 


0 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN. 
OPER & SERV MAN 


LITERATURE 
TYPE 


MAN. CHANGE 

MAN SUPP: 

OPER & SERV MAN 
“MAN CHANGE 


OPER MAN 
SERV MAN 


SERV MAN 


SERV ‘MAN 


OPER & SERV. MAN 
MAN CHANGE 


OPER & SERV MAN 


‘OPER & SERV MAN 
MAN CHANGE 


A 
SERV aaa BELOW 


4935A~6/49: 


 493A-7/495A-7 


OPER MAN 
SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 
49 2 M 


4930A~6 
OPER & SERV. MAN 


SERV NOTE SET BELOW 
rt 0 


935-1 
AIZS5A-3A 
4935A-4 
AQSSA~5A 


ASS5A“17A 
A935A-12A 


SERV NOTE SET BELOW 
4936A-1 Pod 


4936A-2 

SERV NOTE SET BELOW 
4937-1 

A937A-2 
OPER & SERV MAN 


LITERATURE 
TYPE 


SERV NOTE. SET BELOW 
A938A-1 


OPER & SERV MAN 


OPER & SERV MAN 
MAN. CHANGE 
MAN SIIPP > 


JUL7O0 04918-90006 
_JUN?7 04918-90006 


NOV?? 04918-90010 8L 01 38 01 


OCTS6 492A/494A-501A FEB79 5951-6229 


OEC59 492A/494A-5018.. 


H/C PART 
NUMBER 


FICHE 
DATE 


FICHE PART M PD P 
NU 


8b 01 45. 03 oe 5 & ABOVE (BUT BELOW SER PFX 947) 


SER PFX 947- TO SER PFX.010- 


MBER LT VG 
wkk DESCRIPTION *** DESCRIPTION xx DESCRIPTION eek DESCRIPTION kick DESCRIPTION tice 
A9ZA/494A-5018 FEB79 5957-6229 


492A/494A-501B 
492A/494A-900 
A9IZA/494A-900 


04920-90002 
1. 04920-90047 


04920-90047 
- 04920-90047 


04925-90001 
04925-90001 


04925-90021 


00493-90004 
00493-90004 


04930-90002 
04930-90004 
04930-90017 


OCT84 04920-90034 


» AUG71 04920-90048 


AUG71 04920-90048 
AUG71 04920-90048 
SEP83 04925-90011 


. JUNBS 04925-90022 


FEB85 00493-90006 


MAY?S 04930-90003 


BL 01 45 03 
SER PFX 010- & ABOVE 

1 38 04 

01 38 04 

01 38 04 

aL 01 38 03 


&L 01 38 04 
BL 01 45 02 


OCcT79 
WN ALL SER.IMPR TWT INSTALL.SUPERSEDES ALL PREV SERVICE NOTES 
WN ALI SER.REPLACEMENT OF RELAY K2 


01. 38 


02 
JAN76 04930-90005* 8L 01 38 03 USE 4930A FICHE 04930-90018 


ory 04930-90018 


8L.01 38 03 


PR84 
WO SER 1522000800" & BELOW.ADD OF TEST CORD. STRAIN RELIEF. 


WO SER 1522A00800 & BELOW.MOD TO ADD NEW BATTERY COVER. 

WO SER 1522401152 & SELOW.ADD HV GROUND JUMPER TO IMPR PERF 
WN ALL. SERaREC INSTALL. OF BATTERY SUPPORT PLATE 

WN SER 1522A01415 & QcLOW.12-VOLT BATT MOD 


04935-90013 


JUN83 04935-90014 
ocTs5 


8L 01 38 04 


211500905 & BELOW.MOD TO ELIM POT SWTCH BD TRACE PROBLEM 


SER.BATTERY RETROFIT INSTRUCTION 

2204 & GREATER;NEW SW BD INCOMPAT WITH REV A CHARGER BD 
2206A & ABOVE.A4 TRANSMITTER 8D TO IMPR PERFORM 

2206A & BELOW.MOD TO PREV FUSE BLOWING 

2208A & BELOW.MOD REQUIRED TO MAKE NEW TRANS BW COMP 
2208A & BELOW.MOD TO IMPR REL OF OUTPUT LEVEL CNTKL 
2248 & 2305.M0D TO CORREC P/AR MEAS 

2248A & ABOVE.REC FUSE CHNG 

SERCWITH OPT 007 & 003>.MOD TO PREV FUSE BLOWING 


N 


PR84 
SER 2141A,22144 & 2110U.PREF REPL FOR. A4& TRANSMITTER BD 


JAN84 ALL SER.RETROFIT FOR BATT OPERCOPT 001 & 003) 


0fT85 


NOV84 ) SER 2418 & BELOW.MOD TO IMPR THE HOLD CIR 
JUL85 WN SER 2523A & BELOW.SERV THE RETROFIT INSTRUM 


SEP84 04938-90003 


H/C. H/C PART 
‘DATE NUMBER 


FICHE 


OCT84 04938-90004 


FICHE PART M PD P™ 
DATE NUMBER LT V 6 
ttt DESCRIPTION *## DESCRIPTION ### DESCRIPTION *+# DESCRIPTION *xt DESCRIPTION ### 


8L 01 38 02 


JULBS 
_JANBS WA SER 24508 t BELOW. CORREC REN-3 LOAD: 


OcT56 492A/A94A~S01A FEB? 5951-6229 
~ OECS9 4924/494a-50 
FEB61 ASEA/ASAA-SDIE 


SIMAG £094 /A044-.8N18 - 


BL ot 45 03 SER 5 & ABOVE (BUT BELOW SER. PFX 947) 


SER PFX GA7= TO SER: PFX 010- 


PAGE 207. 


PAGE 208 


I299L~U2 OP! 
5233-03 OP 
524A OP 


11/08/85 
MODEL 
NUMBER 


524A M-4 


5248 OPE 


524c SER 


524D SER 


5240A OPE 


| 14708785 
MODEL 0 
NUMBER a 
S262L MAN. 
a SERV 
S2he 
“CON 
52421-02 OPER 


4938A 


11/08/85 
MODEL 
NUMBER 


| 4938A 


494A 


44/08/85 
MODEL 
NUMBER 


AOA3A 


AIKBA-010 


s0k70 N45 


- 4943A-10 


§95fA-1 
4937A-2 


OPER & SERV MAN 


LITERATURE 
TYPE. 


SERV NOTE SET BELOW 
4938A-1 J 


OPER & SERV HAN 
OPER: & SERV MAN 
MAN oe 
MAN S 


~ OPER ht SERV MAN 


MAN CHANGE 
OPER MAN 


NOV84 WO SER 2418 & BELOW.MOD TO IMPR THE HOLD CIR 
JUL85 WN SER 2523A & BELOW.SERV THE RETROFIT INSTRUM 


SEP84 04938-90003  OCT&4 04938-90004 8L 01 38 02 


H/C H/C PART. FICHE FICHE PART M P p P 
DATE NUMBER —DATE. NUMBER LL 
tee DESCRIPTION xx DESCRIPTION *et peScarPrion tik DESCRIPTION ikke DESCRIPTION tick 


JUL85 
AN85 WA SER 2450A & BELOW. CORREC REN~3 LOAD. 


OCTS6 S492A/494A-S01A  FEB79 5951-6229 8L 01.45 03 SER 5 & ABOVE (BUT BELOW SER PFX 947~) : 
OEC59 4924/494a-5018 SER PFX 947~ TO SER PFX O18 

FEB61 492A/494a-5018 

JUN69 492A/494A-501B - 

JANG2 492A/494A-900 SER PFX O10 & ABOVE 

JAN63 492A/494A-900 


JSUL76 04940-90010 NOV77. 04940-90017 = 8L 01.38.02 


~ GANT, 04940-90010 


N. 
SERV NOTE SET BELOW 
4940A~-1 
&9A0A-2 


' 49AOA3A 
49 


4940A-10-S 
4940A-11 
4940A-12 
49ADA-13A 
4940A-14 
4940A~15 
A494DA~16 

OPER & SERV MAN 
MAN CHANGE 

OPER INSTRUCT 


SERV NOTE SET BELOW 
4942A-1 D 


- AIA2A~B 


OPER & SERV MAN 
MAN CHANGE | 
OPER NOTE 


J 
SERV NOTE SET BELOW 
4943A-2 $ 


AD43A-3 
§943A-4 
4OASA-5 
4OASA-SA 


LITERATURE 
“TYPE 


4943A-7 


 AIASA~BA 


4943A-9 
4943A-11 


OPER & SERV MAN 


VWRBPrn: @ MAPmii secane 


MAY77 04940-90012 JUN7? 04940-96013* 8L 01 Hs 08 USE 49404 FICHE 5957-4614 
OCT&2 04940-90043 ores S957-4414 BL 01 38 06 


JAN 
JUN74 BELOW 1401A-00146.MOD TO IMPR PERF OF THE IMPULSE NOISE THRESHOLD MEASUREMENT 
BELOW 1401A-00183.M0D TO IMPR PWR SUPY RELIABILITY 
BELOW 1401A00300.MOD TO IMPR PWR SUPY RELIABILITY | 
BELOW 1401A-00116.MOD TO IMPR TRANSMITTER HARMONIC SUPPRESSION 
BELOW 1401A-00325.MOD TO STOP A POTENTIAL AUTO-STEP LOCK-UP PROBLEM 
BELOW 1401A-00492.MOD TO STOP A POTENTIAL NOISE MEAS PROBLEM,4940A 
BELOW 1401A-00555.MOD TO STOP ERRATIC COUNTS OF IMPULSE NOISE IN BELL STAND MODE 
BELOW 1401A-00555.MOD TO STOP A POTENT HI FREQ OSCIL IN NON-LINEAR DISTORT MODE 
SER BELOW 1401A00555.M0B TO PREVENT POT ENV DELAY ZEROING PROB 
SAFTY.SER BELOW 1407A-00682. REVISION TO ELIMINATE A POTENTIAL SHOCK HAZARD 
SER BELOW 1401A00780.CHNG IN DROPOUT DURATION SPEC 
ALL SER.FIELD INSTAL OF OPT HO2 (TRANSIENT OUTPUTS) 
SER 14014-01234 & BELOW.REC MOD TO IMPR POWER SUPPLY REL 
0 SER BELOW 1401A01131.RECEIVER INPUT IMPR 
WN HOD TO IMPROVE LOW FREQ PHASE JITTER MEASUREMENT. 
WO SER 1401A & BELOW.PWR SUPPLY IMPRE AND MINI REPAIR 


04942-90002 NOV77 04942-90003 8L 01 38 05 

04942-90002 

04942-90001 Revae 04942-90032 8b 01 38 01 
T 


SER.FIELD INSTAL OF OPT 010 (CHP-18) 

BELOW 1624A00182.ACTIVE HOLD CIRCUITRY IMPRS 

BELOW 1624A00197.ENV DELAY IMPR 

SER.AG OR A17 RF CABLE REPL COMPATIBILITY 

SER.AG OR A17 RF CABLE REPL COMPATIBLITY 

SER.A4,A5,A6, OR. A1? BD RF CABLE COMPATIBILITY 

SER.A4~A5 RF CABLE REPL COMPATIBILITY 

SER.MOD TO A8 MODEM ASSY TO ENSURE VALID MODEM SELF CHECK 
APR82 SER.A23 PWR SUPPLY MOD TO IMPR PERFORM 


MAY78 04943-90002 MAY82 04943-90003 BL 01 38 05 
04943-90002 
04943-90026 real 04943-90027 8L 01 38 01 WITH 9825A CONTROLLER 


WN ALL SER. INSTRUCT FOR FIELD INSTALL OF OPT 010 CHP=18) 

WO. SER 1731A00205 & BELOW.MOD TO CORRECT AS MODEM DUTY CYCLE 

WA SER 1731A00254 & BELOW.MOD TO IMPROVE PERF 

WN SER 1731400290. & BELOW.A6 OR A17 RF CABLE REPL COMPATZBILITY 

WN SER Ae atnere & BELOW.A3,A5,A6,0R A17? BD RF CABLE COMPATIBILITY 


cee vere, PAGE 209 
H/C H/C. PART FICHE © FICHE pal MPD 4 

DATE NUMBER DATE NUMBE LT V 

kik DESCRIPTION *ee DESCRIPTION akk DESCRIPTION wee DESCRIPTION *i% DESCRIPTION tech ay 


MAR8O WO SER 1731A00240 & BELOW.MOD TO IMPROVE PERF & PREVENT INTERMITTANT LEVEL DROPOUT 
JULSO WN SER 1731A09290 & BELOW.A6 OR A17 RF CABLE REPL COMPATIBILITY. 
JUN8O WA SER 1731A00254 & BELOW, OPT 010.2EC PARTS REPL TO IMPROVE PERF DURING HP-1B OPER 


°-DECB1 WO SER 2015A00446 & BELOW.MOD TO. A8 Ls eas gel TO ENSURE VALID MODEM SELF CHECK 


APR8&2 WO SER 2215A. & BELOW.A23 PUR. SUPPLY MOD 7 © IMPROPERFORM 
MAY78 04943-90002 ae MAY82 04943-90003 aL 01 38 05 


ma ALAS ARRAN ‘pu ee.* cae ee ae ee ee wana Thea, hee ES 


- PAGE 208 


11/08/85 
MODEL 
NUMBER 


5242. 


- 5242L-02 


5242L-03 


5243. 


| 5243L-02 


5244. 


5244-02 


S244L-03 


| 5245- 


5245L-002 


“11/08/85 
MODEL 
-- NUMBER 


5245L-002 


| 5245-003 


52 45L=02 


ao 


3 Vert SSW ES £ OE WN LE IAS ES MLV Ae VY 1 AP AVYE FOR ‘i - §245L- 
ADASA-5 ; MAYSO. WN SER 1731A00290.& BELOW.A6 OR A17 RF CABLE REPL COMPATIBILITY : - 
49AZA-SA - JUL80 WN SER 1731400290 & BELOW.A3,A5/A6,0R A17 BD RF CABLE COMPATIBILITY op S245L-002 «OPER & 


11/08/85 cee , ce . e: . PAGE 209 
MODEL 


LITERATURE H/C PART FICHE FICHE PART M PD P e Pee ak’ ee eer 
NUMBER = sC TYPE DAT NUMBER —soDATE.~=—=-—=C*NUMBERR. «oS «VG : MMEER et 
Ms ere : *tt DESCRIPTION *#* DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *k* DESCRIPTION tA , 
443A AQABA? WO SER 1737A00240 & BELOW.MOD TO INPROVE PERF & PREVENT INTERMITTANT LEVEL DROPOUT = 5245L-002 MAN CHI 
4943A-8A WN SER 1731A00290 & BELOW.A6 OR A17 RF CABLE REPL COMPATIBILITY het ; WAN CH 
4943A-9 | WA SER 1731A00254 & BELOW, OPT O10.REC PARTS REPL TO IMPROVE PERF DURING HP-IB OPER | 
4943A~10 . WO SER 2015AQQ4A6 & BELOW.HOD TO AB MODEM ASSY TO ENSURE VALID HODEM SELF CHECK | szqsu-pos. «OPER & 
49A3A~11 WO SER 2215A & BELOW.A23 PWR SUPPLY MOD TO IMPROPERFORM : eae se MAN CHI 
“APASA-OD10.—-OPER & SERV MAN 04943-90002 MAY82 04943-90003 8L 01 38 05 oe - ro bye a een ge 
ehioreiiiaae on rare | 2 eee | : | 5245-02 «OPER & 
49ASA-O12 -OFER & SERV MAN ——MAY78 04943-90002 —-MAYB2 04943-90003 8L 01 38 | Gas o Paetar MAN cH 
-A9A3A-015 «OPER E SERV MAN —MAY78 04943-90002 —-MAY82 04943-90003 8L 01 Eee Seats . Vszasucos OPER 
4943A~019 OPER & SERV MAN MAY78. 04943-90002 —»- MAY82.- 04943-90003 8L 01 ‘ 7 eee | poe 
ia a eae " m -5245m OPER MI 
| 4963A-910 OPER & SERV MAN —-MAY78 04943-90002 «M2782 04943-90003 BL 01 | el PEN coon 3 SERN 
4944a =—S—==s«s«OPER & SERV MAN SEP78 04944-90002 —-JAN79 O4944-90003* BL 01 38 05 USE 4944A FICHE 04944-90913 cine a fo aes ak 
OPER NOTE G4944-90009 —-JAN79 04944-90011 8L 01 38 O2 WITH 9825A CONTROLLER eee ee ee ee 
& SERV MAN 04944-90012 ——-NOVB2 04544-90015 BL 01 38 05 USE 4944A FICHE 04944-90015 . | | MAN CH 
& SERV MAN G4644-90014  DEC82 04944-90015 SL 01 38 05 SEE TITLE PAGE FOR OPITONS ee 
NOTE SET BELOW : JUL85 : : : : ; S245M-U36 SERV. Mi 
1 SER.FIELD INSTALL OF OPT 010 ; i ante MAN: CH/ 
1737A00476 & BSELOW.MOD TO IMPROVE PERF : : da dacdeipist : 
1737A00328 & BELOW.MOD TO CORRECT AS MODEM DUTY Cy-LE a 5285M-02 SERV MI 
, 1737A00570 & BELOW.AG OR A17 RF CABLE REPL COMPATIBILITY } MAN. CHé 
1737A00570 & BELOW. A4—AS RF CABLE REPL COMPATIBILITY : ie a8 ; 
1737A00481 & BELOW.MOD TO. IMPROVE PERF & PREVENT INTERMITTENT LEVEL DROPOUT ee 5245M-03 SERV. Mi 
173700570 & BELOW.A7 OR A17 RF CABLE REPL COMPATIBILITY UNE HY 
173700570 & BELOW.A3,AS.A5,A6, OR A17 BD RF CABLE COMPATIBILITY | | a 
A944A-9A 2027A01021 & BELOW.MOD TO AS MODEM ASSY TO ENSURE VALID MODEM SELF CHECK | S245M/5248M SERV Nt 
4944A-12A Pe 2027A008999 & BELOW.SELF CHECK FAILURE UNDER COOL/DAMP CONDITIONS ee SRA Mat 
OPER MAN 04945-90001 JANA 5957-4434 * BL 01 38 O3 USE 4945A FICHE 04945-90024 : Soh eR wy 
SERV MAN 04945-90005 NOV84 5957-4424 * 8L 01 38 10 USE 4945A FICHE 04945-90022 aia SERV: Ms 
HAN. CHANGE MAY85 5957-4453 JUL85 04945-90022 8L 01 38 10 | | AN cH 
OPER INSTRU SUMMARY 04945-90010 -JANB4 04945-90011 8L 01 38 01 , . | 
SERV MAN MAY85 04945-90021 - JUL85 04945-90022 &8L 01 38 10 BohtHO1 ec! SERV 
MAN. CHANGE 5957-4453 o oo MAN CHI 
OPER MAN MAYES 04945-90023 JULES 04945-90024 BL 01 38 03 
SERV NOTE SET BELOW JUL 5246L-02 SERV Mi 
A945A-1 NOV84 WA SER 2435A & aeron MOD TO PREV PWR SUPPLY REGLT FROM SHORTING TO. CHASSIS ! MAN: CHA 
A948A-3 * RNS GA SER: 2885 '& BELONG SOPTOAKE UPGRADE REV 2.0 ot 
A> AN: A SER 5 BELOW. SOFTWAR GRADE R . ; ‘ E 
4945 A~4 FEB85 WN SERV KIT MOD aoe soe Mtl 
OPER & SERV MAN -AUSG6 00493-90004 —_ FEBBS 00493-90006 aL 01 45 02 | a : 
MAN CHANGE. APR73 00493-90304 | cpiaiy caper hunt 
SERV NOTE SET BELOW oct79 : | 
A93A-6/495A~6 OCT75 ALL SERsIMPR TWT INSTAL.SUPERSEDES ALL PREV SERVICE NOTES : | | s2a6t-o5 SERV Hi 
493A-7/495A-7 OCT76 WN ALL SER-REPLACEMENT OF RELAY K2 : | : Sagres care iy 
4954-88 JUN79 WO SER 826-01311 THRU 1717A.MOD TO PREVENT ARCING IN HI VOLT crRCUITS. ae | 
pupa : I SERV M 
PRELIM MAN —=s—=—=s«AUG7’3. 04950-90000 -NOV85 04950-90003 8L 9% 38 01 | RRR IS J 
SERV MAN —=—sAPRBS 04951-90002 —-JULB4 04951-90005 AL 01 38 04 : | | soa7H 


SERV MA 


11/08/85... ieee aoe Aree : ce 210. 11/08/85 : 
~ MODEL Q. | LITERATURE H/C... H/C PART. FICHE © FICHE PART M P DP! : a) LY 
NUMBER ss - TYPE © DATE NUMBER DATE NUMBER LT VG i NOPBER ee 
pee: kkk DESCRIPTION **# DESCRIPTION wee DESCRIPTION DESCRIPTION #** DESCRIPTION ike ne 
4OS1A OPER. MAN. APR34 04951-90003  JUNB4 04951-90004 BL o1 38 04 ; eee »| S247m “MAN. CHAI 
pe MAN, CHANGE MAY84 04951-90003 ae : OPER MAD 
OPER -& SERV MAN. - SEPA 04951-70008 : Nove 04951-90009 aL ot 38 04. ues eeeehe oy pe: ca ey ee 
SERV NOTE “°T ‘BELOH cT85 lee S247M-01. SERV MAI 
“ AOSAAS1 NOV8A WA SER 2435A & BELOW. MOD: TO PREV ‘PWR SUPPLY REGLT FROM SHORTING TO CHASSIS” Nt 2 ebes DS oe MANO CHAT 
 9S1AH2 “2 -» AUG84. WO SER 2426 & BELOW. IMPR HOLE DETECTION CIRCUITRY ON TAPE OPT DB 'S es ee ee ee! 
A951A-3 oo... OCT84 WO SER 2426401325 & BELOW. IMPR KEYBD CABLE Hay ced. | S267 M02 SERV MAR 
495TA~A OCTO4 WA-ALL SER.I/0 POD CAUTION LABEL - pee SES ae tee pos MAN CHAR 
A957A~5 NOVBS WA SER 2443A & BELOH.REC PROC TO CORREC TAPE. SERVO ERROR BR ee Be ae Pe ea 
f : ei: 5 ‘ RIAL ia mPS AIA AR 


| ST LF WERE PA ACRO® USZoIeFNUVE « VULGS USFOITFUUUSD «6OL UE OG U4 


11/08/85 
MODEL - 
NUMBER 


| 951A 


Q 


LITERATURE 
TYPE 


OPER MAN 

MAN CHANGE 

OPER & SERV MAN 
SERV NOTE “"T BELOW 
49S1A-1 

A9S1Aq2 

4951A-3 


~ AOSTAA 


4957a=5 
4951 A-6 
4951A-7 


Nea 


A951A-9- 
4954A~108 
AS51A-11 
4951A-12 


4957A~13 


4O51A-14 | 


v AOSTARA15 


OPER MAN 


’ REPAIR. MAN 


OPER MAN 


J 
SERV NOTE. SET BELOW 


«AOSSA~1A 


A955A-2- 


» 4953A-3 


4953A~4 
4953-5 


 A95S3A~6 


SERV MAN 


QUICK REF GUIDE 


OPER & PROG MAN 
OPER & PROG MAN 
OPER & PROG MAN 


SERV NOTE SET BELOW : 


4960A-4 


H/C 
DATE 


“APRBS 


MAY84 
SEP84 


4955A~1B uL85 
4955A-2B OcT83 
4955A-3 AUGB3 
4955a-4 AUGB3 
4955a-5 AUGB3 
A955A-6 SEP83 
4955A-7A AUGB3 
4955A-8 OCT83 
 4955a-9 MAR85 
4955A~10 MARSS 
OPER & SERV MAN MAR82 
-MAN. CHANGE SANS 
SERV NOTE SET GELOW 
4960A-28 AuG79 
CONT*D aes 
49S0A-3 JUL79 


AUG79 


WO SER 2426 & BELOW. IMPR HOLE DETECTION CIRCUITRY ON TAPE OPT b's 


+ WA SER 24434 & BELOW.REC PROC TO CORREC TAPE SERVO ERROR 


|; WA SER -2508A & BELOW.MOD ‘TO PREVENT BERT ERRORS 


+ 04953-90014 NGV84 04953-90016 -8L 01 3 


OCTSS 
. WA SER 2441A00326 % SELOW (SEE NOTE).MOD TO FIX HANDLE: MNTG RAILS 


04960-90002 MARE3 04960-90003 8L 07 38 02 


PAGE 210 


H/C PART FICHE FICHE PART M P BE. : 
NUMBER DATE NUMBER LT 
wee DESCRIPTION #2 DESCRIPTION *2% DESCRIPTION + tik DESCRIPTION ke DESCRIPTION #it 


04951-90003 JUNBA 04951-90004 BL 01 38 04 
04951-90008 NOVE4 04951-90009 BL 61 38 04 


oc 
WA: SER 2435, &-BELOW.MOD TO PREV PWR SUPPLY: REGLT FROM SHORTING 19 CHASSIS 


WO SER 2426A01325. & SELOW.IMPR KEYBD CABLE 
WA ALL SER.I/0 POD CAUTION LABEL 


WA SER 2426A & BELOW.PROC TO: REWZRE THE PWR SWTCH 

WA SERV2443A02576 & BELOW.SCC RETROFIT KIT 

WA SER 2443A2722 & BELOW.IMPR CARRYING HANDLE 

WN ALL SER.FINAL TEST PROC 

WA SER 2443A & BELOW.SOFTWARE REV 

WA. SER 2508A TO 2508A03900.UPDATE TO SOFTWARE REV 2.0 NOTIF OF SOFTWARE REV 2. 7 
WA SER 2508A03891 & BELOW.MOD TO CORREC INTERMITTENT "SERVO ERROR" MESSAGE 


WA SER 2528A & GBELOW.MOD TO PREVENT READ AMPLF. ERRORS 
WA TAPE DRIVE ASSY MOD 


04953-90005 JUNBS5 04953-90006* 8L 01 oe na USE 4953A FICHE 04953-90022 


04953-90020 ° peace 04953-90022 8L 01 38 05 


WN SER 2441A & BELOW (SEE NOTE).PWR SUPPLY HOD TO IMPROV PERF 

WN SER 2441A & BELOW (SEE NOTE). 2.1 FIRMWARE UPDATE 

WA SER 2441400291 & BELOW (SEE NOTE).A6 & A19 MEMORY. BD U707 IC CHANGE 
WA SER 2516A00576 & BELOW.AC LINE SWTCH REPL 

WA SER 2552A00626 & BELOW.DEF EPROMS 


04955-90004 OCT83 5957-4415 BL 07.38 06 

04955-90005 JAN84 04955-90006 &L 01-38 01 

04955-90015 SEP83 04955-90016. SL 04 38 03 

04955-90024 JANBS 04955-90025* 8L 01 38 03. USE A9S5A FICHE 04955-90030 
04955-90029 aoe 04955-90030 8L 01 38 03 


WA cab onte UPGRADE TO REV.1.2 OPER aay 1.0 BASIC FROM REV 1.0 & 1.1 OPER SYS 

WA SER 2248A & BELOW. TAPE SYSTEM IMPROV 

WA SER 2309A & BELOW.MOD TO PREVENT EXCESS HP-IB LOADING 

WO SER 2317A & BELOW.MOD TO IMPROV PERF AT TURN-ON 

WO SER 2309A & BELOW.MOD TO PREV PREMATURE BATT FAILURE 

WA SER 2320A.INTERFAC INTERCONN CABLE MISWIRES 

WA SER 2320A: & BELOW.MOD TO PREV DISPLAY FAILURE & LP INTERFACE~DYNAMIC RAM FAILURE 
WA SER. 2331A & BELOW.MOD TO CORREC H V FAILURE 

WA SER 2507A & BELOW.NOTIF OF FIRMWARE REV 2.0 UPGRADE 

WO SER 2404A & BELOW.PREF REPL. FOR HP P/N 04955-62617 TRAP MACHINE KIT 


04960-90002 


WA SAFETY.SER 4706400340 & BELOW Peeatinee WITH SELECT LINE VOLT INPUTS. HOD TO PREVENT 
AC LINE VOLTAGES AT FROMT PANEL CON 
WN SER 1706A00325 & BELOW.HOD TG ALLOW SELECTABLE LINE VOLTAGE INPUT 
KO" SER 1706A00300 & BELOW.MOD TO REMOVE PWR. FM LINE SWITCHING RELAYS TURNING PWR DOWN 


- 5247M 


11/08/85 
MODEL 


NUMBER 


5247M 


-5247N-01 


5247M-02 


5247M-03 
5268 
5248-002 


5248L-003 


5248M 


5248M-002 


5248M-003 


525A 


SERV MAN 


0 LITE 
c od 
MAN CHANE 
OPER MAN 
SERV MAN 
MAN CHANG 


SERV MAN 
MAN CHANG 


SERV MAN 
MAN CHANG 


OPER. & SE 
MAN. CHANG 


OPER & SE 
MAN. CHANG 
“OPER & SE 
MAN CHANG 


OPER & SE 
MAN CHANG 


OPER & SE 
“MAN: CHANG 


OPER & SE 


MAN CHANG 
SERV MAN 
5248~146A 
B25a~1A 
SERV NOTE 
524B-14/. 
525R-1k 

» 5258-2 
OPER & SE 
SERV. NOTE 
525c-2 | 

OPER & SE 
OPER & SE 
SERV NOTE 
525zA-1 
5252a-2 
OPER & SE 


he 


erat ee wret pitts + 


rtp Fite y 
HTT HNERUEERNELESS DERBAESENE ESUSSSREE HEHEHE Ht 


HYERH EaAGE , 
TEEPE PREECE CHT 
ANANEREESENGUAERERGUAUAESASARUMEREAAAAUAUUAUSEAEESOAREBECOORNGCUOGAQEERROOCERRROROEDGGGDOKRRRRRRTR Oa atnanaeas 
PANEEEEECEUEEEEEEE ESF EEEEHESGBGEGEEEBMEGEOGOSGEAAAAAACSOONSSAOCACOSAAAEEEEOUAEESHOUEEESSUTEEECHTEREESELRLLD 
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DESCRIPTION *i 


99051 


& BELOW 
& ABOVE 


10045 
10054 


60116) 


 BS60A 


49608 


A9GTA 


4961B 


ASD4A 
500 


500A 


5008 


| so0c 
SO00A 


SO01A 


11/08/85 
“MODEL 
NUMBER 


| hee @ 


LITERATURE 
TYPE 


SERV NOTE SET BELOW 
500~1/500%-1 


INSTRUCT nee OPER } HAN 


MAN. CHANG 
SERV NOTE SET BELOW 
300A cal 


OPER & SERV MAN 


SERV NOTE SET BELOW 


SO08-1A 
5008~2 
S008-3A 
5008-4 


OPER & SERV MAN 


- OPER & SERV MAN 


TRAINING MAN 


~ SERV NOTE SET BELOW 
5001A-2 


H/C. 
DATE 
&960A-5 APRS1 
4960A~6 FEBBI 
OPER & SERV MAN JAN79 
OPER & SERV MAN JUL81 
MAN CHANGE JUL81 
AN CHANGE JUL81 
SERV NOTE SET BELOW 
4960-15 --AUGT9 
049608-2 AUG?9 
4960B-5 Noved 
49608-7 FEBS1 
OPER & SERV MAN SEP77 
SERY NOTE SET BELOW 
4961-1 MAY78 
4961A-2 NOVBO 
4961A-3 MARB2 
A9E1A-6 DECBS 
OPER & SERV MAN —- OC 778 
OPER & SERV MAN —ALNIG81 
MAN CHANGE MAR82 
SERV NOTE SET BELOW 
49618~1 MAY78 
49618-2 NOV80 
49618-4 JUNB1 
- 9618-5 - MARB2 
OPER MAN ocT72 
SERV MAN MAY81 


JANS4 
MAR62 


‘APR 


NOV66 


APR68 


MAR73 


ANOO 


SEPB1 


1: WO. SER 2032A00500 & SELOW.REC REPL FOR PWR AMP (U42) 


PAGE 271 
H/C PART. aren FICHE PART. MP. D 2 
NUMBER DATE NUMBER LTV 
wk DESCRIPTION *** DESCRIPTION #** DESCRIPTION ake DESCRIPTION baked DESCRIPTION ReK 


WO: SER 2022A00476 & BELOW.REC REPL. TO IMPROVE PERF 


04966-90023 FEB79 04960-90024* 8L 91°38 a USE 49602 FICHE 04960-90029 
04960-90028 JUN82 64960-90029  8L 01 38 0 

04960-90028 

04960-90028 


APR81 
WA SAFETY.SER 1737400750 & BELOW.MOD TO PREVENT AC LINE V APPEARING AT FRONT PANEL CONN 
WO SER 1737A00733 & BELOW.MOD TO REMOVE POWER.FM LINE SW RELAYS DURING POWER DOWN: 
WA SER 2003A01334 & BELOW.MOD. TO PREVENT GP AMP (U41,U48,&U58) OSC 
WO SER 2032A02090 & BELOW. REC KEPL FOR PWR AMPLIFIER (U42) 


04961-90001. - etd 04961-90002 = 8L 01 38 02 


WN ALL SER.REC INSTALL OF BATTERY SUPPORT PLATE 

WO SER 1701A00419 & BELOW.REC PO'cR SUPPLY IC TO IMPROVE PERF 
WO SER 17G1A00616 & BELOW;PREF REPL IC'S TO IMPROVE PERFORMANCE 
WN SER 1706A00175 & BELCOW.12-VOLT BATT MOD 


04961-90027 JAN79 04961-90028* 8L 01.38 02 USE 49618 FICHE 04961-90030 
04961~90029 JUNS2 04961-90030 8L 01 38 03 
04961-90029 

JULB2 


WN ALL SER.REC INTALL OF BATTERY SUPPORT PLATE 

WO SER 1737A01239 & BELOW.REC REPL PWR SUPPLY IC 

WN ALL SER. TRBLSHTNG INSTRUCT FOR UART A&U4 (1820-1681) 

WO SER 1737A03016 & BELOW;PREF REPL.IC'S.TO IMPROVE PERFORMANCE 


04904-90011 SEP73 04904-90013 01.38 02 
04904-90024 OCT81 04904-90023 8L 01.38 02 


WAY78 
ILLUSTRATED PRTS IDENTIFICATION 


500a~900 JUL81 5080-5685. BL 01 02 01 
500a-900 
MAY? 
TEST PROCEDURE 
00500-9003 mae 60500-9004 : 04 0? D2 
MAY? 


SER BELOW 1034. INSTALL PROC NEON LAME 
SER BELOW 1135.40D TO IMPR RELIABILTY 
SER BELOW 010-02835.IMPR HF OPER 

SER BELOW S15.NEON LAMP 11,14 RERL 


08500-9503 MAR7S 00500-9004 01. 02 02 


05000-90002  -FEG83 05000-90004 8L 01 02 05 
05000-96005 “NCVB5. 05000-90096 -8L.01 02.01 


 GANB20 : 
WA SER 2G40A00321 & BELOW. POWER FUSE (F7) REPL 


| 525 


| 525 


| 526 


45 
054 


60116) 
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SCRIPTION #&* 


047 
057. 


40117) 


9055 
0056 
O058 ee 


9058 
9059 
9060 
0061 
0062 


576.REPL OF 


9053 
0054 


9051 


- WPERATION 


9054 
9055 


ae a eee eee eee cane Meee eae ee 


MAN. CHANGE MAR62 
SERV NOTE SET BELOW 


a1 - 


OPER & SERV MAN APR68 
SERV NOTE SET BSLOW 


5008-4 NOV66 - 
OPER & SERV MAN —APR6B 


OPER & SERV MAN MAR73. 
TRAINING MAN JANOO 
SERV NOTE SET BELOW 
5001a-2 "SERRA 


ew ee ee! ait — SSN TE PN PS we Vi Ve Wt 


500A-900 Le re 
= “MAY 78. 
TEST PROCEDURE = 


00500-9003 i oe 60500-9004. ; 01 
A 


-SER BELOW 1034. IMSTALL PROC NEON LAME 

SER BELOW 1135.40D TO IMPR RELIABILTY 

SER. BELOW 0100-02835 .IMPR HF OPER : 

SER BELOW 515.NE0N LAMP 11,14 RERL 
00500-9503 MAR75 00500-9004 01 02 02 


95000-90002 FEB83 05000-90004 8i 01 02°05 
05000-96005 NOV85 05000-90006. 8L:01 02 01 


. ee JANB2 Be me : 
WA SER 2C40A00321 & BELLOW. POWER FUSE (FI) REPL 


5001¢ 


5001D 


SO04A 


50058 


50058 


5006A 


| SO35T 


5036A 


| 5045A 


41/08/85 
MODEL 
NUMBER 


no 


50018 


“LITERATURE H/C 
TYPE DATE 


“OPER & SERV MAN -DEC84 


MAN CHANGE, JANES 


_ SERV NOTE. SET BELOW 


5001¢-1 JUL81 
5001¢-2 DEC81 
CONT'D 


SERV NOTE SET BELOW 
5001D~1 JUN&Z 


OPER & SERV MAN MAR77 


MAN CHANGE SEPEZ 
SERV NOTE SET BELOW 

5004A-1C NOV80 
S004A~2 MAR78 
5004-3 MAY78 
5004A~-4 MAYSO 


HO1-5004A/HO3-S004A SEP80 
K17-59994A 


OPER & SERV MAN SEP81 
MAN CHANGE OCT&4 
SERV NOTE SET BELOW 
50C5A-~1 MAR81 


OPER & SERV MAN SEP83 
MAN. CHANGE MAY85 
SERV NOTE SET BELOW 

50058-18 FEB83 
50058-2A, FEB83 
50058-3. JAN83 


OPER & SERV MAN JUL83 


MAN CHANGE MAY85 
SERV MAN FEB74 
“MAN CHANGE MAR75 


SERV MAN SEP75 
SERV MAN JUL76 

MAN’ CHANGE. FEB85 
SERV HAN FEB79 
MAN CHAN MAR8S 
SERV NOTE SET BELOW 
5036A~1A MARB2 
OPER & SERV MAK “MARS 
USERS. MAN _ JUN76 
MAN CHANGE “APRES5 
OPER & SERV MAN JUL79 
MAN CHAN APR85 
SERV NOTES SET BELOW 
5045a-1 FEB77 


BOK BES Aus?7 


05035-90001 


05045-90004 SEP79 05045-90018* BL 01 02 05 USE 5045A FICHE 05045-90039 


ait - PAGE 2i2 
H/C PART FICHE FICHE PART MP o Ee 
NUMBER ‘DATE NUMBER L 


T : 
wee DESCRIPTION *&* DESCRIPTION *&% DESCRIPTION sek DESCRIPTION kik DESCRIPTION » tick 
05001-90004. AUG84 05001-90005 8L 01 02 02 


05001-90004. . 


APR8B2. 
WN ALL SER.OPER INSTRUCT RE THE READY LINE FM A: UNIT UNDER TEST TO sooic 


WA Diaven si TO 2104A00125 &. 2128400126 TO 2128A00140.MOD TO PREVENT SHORTING CLK 
KIVER 


OcT8&2 
WA SER NO LISTED IN TEXT.MOD TO CORREC INSTRUMENT 


05004-90001 NOV82 05004-90002 8L 01 02 02 
05004-90001 
APRB4 


WO SER 1736 & UP.DATA PROBE THRESHOLD VOLTAGE ADJ. & COMP 

WN ALL SER.5004A OPER VERIFICATION 

WO SER 1808 & BELOW.REC RES MOD TO MEET NARROW NEG PULSE SPEC 

WN ALL SER.USER & SERV MAN SUPP FOR DATA PROBE SETUP & HOLD TIME TESTS. 

WA HO1/HO3-5004A SER 1824404281 & BELOW;K17-59994A SER A01181 & BELON.MOD TO CORRECT 
HP~IB SIGNATURE READING 


05005-90001 - DECB4 05005-90002. eL 01. 02 04 
05005-90001 


JUL81 
WA SER. PFX 195ZA;SERS 00261-00285 & BELOW. MOD TO PREVENT +5V PHR SUPPLY osc 


05005-90015 G6CT85 05005-90016 8L 01 02 04 
05005-90015 


APR83 
WA SER LISTED IN TEXT. FUNC SELECT ERROR WHEN RETURN TO REMOTE 
WA SER 2228A & BELOW.ROM CHANGE CORREC. PROBE SW/LOCAL KEY DEPRESS BEING INGORED 
WA SER 2248A00380 & BELOW. INCORREC REAR PANEL PWR LABEL 


05006-90006 OCT85 05006-90007 &8L 01 02 03 
05006-90606 a 


05035-90601 NOV85 05035-90008 8L 01 02 01 FOR SERIAL PFXES 1504A & BELOW 


05035-90014 NOV?'5 -05035-90015* 8L 01°02 61 USE 5035T. FICHE 05035-90017 ; 
Ceneeoacats JUN85 05035-90017 . BL 01 02 61. FOR SERIAL PFXES 1540A & ABOVE 


05036-90001 JUN8S5 05036-90002 Bl 01 02 02 
05036~90001 


JULB2 
WO SER 2116A & BELOW;NEW SUITCASE REPL PIN IS 1540- 0781 


05045-90020 JUNBS 05045-90021 8L 01 02 o1 
05045-90020... 

05045-90038 — JUN85 05045-90039 8b 01 02 05 
05045-90038. 


APRS3 | 
WN ALL. SER.TEXTOOL ZIP DIP ‘SOCKET REPL _ 
WO ALL SER-REPAIR OF & ADJMT TO PRINT. HEAD ASSEMBLY 


52614 


52621 


| S263 
| 5264 


5265) 


52671 


5268) 


| 5275) 


5280) 
5280) 
52808 
5280) 


5285) 


‘| 5300/ 


054 
5036A. 
| SO45A 
APERATION 
054 
055 
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1108785 
NUMER 
SSCRIPTION #e* 


SO4SA 


\2-99054 
12-99055 
12-9056 
:2~90057 
2-90058 
2-90059 


20 
134 


5045A-010 


EF OUTPUT COMPAT 
5046A 
~90020 
;~90034 


90020 
390034 


90020 
90034 


=90020 
=90034 


“90020 


SON are 


5045A-013 


~ OPER & cee MAN 


MAN CHANGE 
SERV MAN 


-SERV MAN 


MAN. CHANGE 


SERV MAN 

MAN. CHANGE  - 

SERV NOTE SET BELOW 
SO36A-1A 


OPER & SERV MAK 
USERS MAN 
MAN. CHANGE 
OPER & SERV MAN 


MAN. CHAN 


SERV NOTE. SET. BELOW 
5045A-1 


LITERATURE 
"TYPE 


S045A-12 
5045A=13 
5045a-14 
SO45A~15 
5045A~16 
SOSSA~17A- 
5045A-18A 
CONT'D 

5045A-19 
5045a-20 
5045a-21 
5045A~22 
SO045A-23A 
5045A-24 
5045A-25 
5045A-26 


"INSTALL NOTE 


MAN CHANGE 


- INSTALL: NOTE 


MAN CHANGE 


SERV MAN 
MAN CHANGE 

OPER & PROG MAN 

MAN CHANGE 

SERV NOTE SET BELOW 
5046a~2 

OPER & SERV MAN 
MAN CHANGE 

SYS SERV MAN 


OPER & SERV MAN. 


INSTRUC & OPER MAN 


OPER & SERV MAN 


MAN CHAN 
SERV NOTE. SET BELOW 
SOSOA1A 


~ BOS0a-2A 
~ 5050a-3 


MAR76 05045-90004 


NOV77 05046-90007 


-JUNS4 SOSA-SO01A 


-JUNS4 505A-501A 
-SEP71 05050-9033 


Ee Se SS, OS eee Sa wee EE Nee FEA OKT US ULAR 


NOV7'5 05035-90015* 8L 01 02 C1 USE 5035T FICHE 05035-90017 
; SUNES B5035-90017 gL o7 02 01 FOR SERIAL PFXES 1540A & ABOVE 


MAR7S 05035-90001 
SEP75 05035-90014. . 
JUL76 05035-90016 — 
FEB85 05035-90016. - 


FEB79 05036-90001 JUN8S 05036-90002 “BL 01 02 02 
MAR85 05036-90001 


JUL82- 
MARB2 WO SER 2116A & BELOW; NEW SUITCASE. REPL P/N IS 1540-0781 


SEP79 05045-90018* 8L 01 02 Re USE 5045A FICHE 05045-90039 - 
JUNSS 05045-90021 8L 01 02 0 


JUN8S 05045-90039 - 8L 01 62 05 


APR83 
FEB77_ WN ALL. SER. TEYTOOL ZIP DIP SOCKET REPL 


JUN76. 05045-90020: 
APR85. 05045-90020 
JUL79 05045-90038 
APR85. 05045-90038 


RTY WO ALL SER.REPAIR OF -& ADJMT TO. PRINT HEAD ASSEMBLY 
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He H/C PART 


FICHE FICHE PART M P D P eee 
DATE NUMBER: DATE NUMBER LOT OVOG ae 
wie DESCRIPTION *#* (DESCRIPTION ##* DESCRIPTION #4 DESCRIPTION *** DESCRIPTION #* 


SUPERSEDED BY 5045A-7A 
JAN78 WN ALL SER. INSTAL & OPER OF MONOSTABLE MULTIVIBRATOR ADAPTER 
NOV78 WO ALL SER.REC NEW RELAYS CHK TEST CARDSK" MAG CARDS . 
7-WN ALL SER.REV AQ 4MHZ CLOCK FREQ ADJ 
MAR78 WN AUTOTEST SYS. INSTAL & TEST PROC 
'. SUPERSEDED BY 5045A-20 
WN ALL SER.REC HANDLING PRECAUT FOR CMOS BDS. 
OCT79 WO SER 1748A00345 & BELOW.PWR SUPPLY MOD TO PREVENT OVERVLTG Adi CONDITIONS 
OCT78 WO ALL. SER.REVD CROSS TALK TEST TO IMPROVE CURRENT PERF TESTS. 
JAN79 WN ALL. SER.REC PROPER GRND REF FOR TEST EQUIPMENT. 
JAN79 WO SER 1748A00345 & BELOW.PAPER ADV CIRC MOD TO PREVENT ae DRIVE TRANS DAMAGE. 
FEB79 WO SER 1852A-00346 & eictart gn AMHZ CLOCK MOD 
JAN79 WO ALL SER.REV 5045A A171 A 
MAR79 WO SER 1852-00356 & BELOW. REC A117 REF LEVEL GEN MOD TO IMPR DAC SETTLING TIME 
JUN8S2 WN ALL SER.HANDLER SIG CHECKOUT PROC IGNALS. 
AUG79 WA SER 185 2N00%68 & BELOW EXCEPT 1852A-00210,00301,00326,& 00347.MOD TO PROVIDE STATIC 
ROTEC ° 
JUN79 WN CABLE MOD FOR TRIGON T2000 AUTOMATIC HANDLERS. 
DEC79 WN NEW OPER VERIF TEST USING R-PACK CHECKS 
MAY80 WN ALL SER.OPER & SERV MAN SUPP CONTAINING NEW INSTRUMENT BLOCK DIAG & DESCRIPTION 
OCT80 WN ALL SER.SOCKET ADAPTER REC REPL 
OCT81 WN ALL SER.NEW DAT (A117) ‘ADJ. SPECS 
NOV70 WA SER 1916A & BELOW.OVERVOLT PROTECT MOD TO + OR — 8V POWER SuvPLIES 
JAN81 WA SER 2104400625 & BELOW.MOD TO PREVENT INDICAT OF ERRON FAJcURE.OF GOOD DEVICE (re) 
JUL82 WO ALL SER.CHANGE A26Q2 TO IMPR REL OF PRINTER PAPER. ADVANC CIR 


MAY78 05045-90029 AUG84 05045-90035 8L 01 02 01 
NOV81 05045-90029 


MAY78 05045-90030 
OCT&3. 05045-90030 


OCT?77 05046-90004. 
JAN85 05046-90004 


AUG84. 05945-90036 8L 01.02 01 


MAR85 05046-90005 8L 01 02 02 


MAR85 05046-90008 8L 01 02 05 
JAN85 05046-90007 
JAN83 


NOV82 WN ALL SER.LIST OF IC TEST PROG WHICH HAVE BEEN. REV 

MAR83 05046-90012 AUGB4 05046-90013. 8L 01 02 01 

SEP83 05046-90072 
JUN83 05046-90017  8L 01-02 02 


APR83. 05066-90016 
JAN72 5054-5018 01 02 02 
JUN83 5950-1971 8L_01 21 01 


JAN72 505A-5018 «0102 02. 
SEP83 05050-9026 8L 01 02 03 


JANOO 00505-90001 


MAR76 05050-9033 


oct78 
be SER BELOW 744.MOD TO PROVIDE STORAGE CAPACITY 
- SER 752 & UP.MOD TO PROVIDE STORAGE CAPACITY: 
7 INSTALLATION OF OE CONTROL 


90020 
90034 


-90020 
90034 


90020 
“90034 


“90020. 


PKSE 199 


CRIPTION ie 
90034 


90020 
90034 


90020 
90036 


90020 
90034 


WR REF OUTPUT 


cp arn ries | é 
Rare. SAN. Q 


11/08/85 
MODEL 


_ NUMBER 


50508. 


5055A 
506 


506A 
5060A 


5080A-004 


| 5060A-01 


5060A-02 


5061A 


OPER & SERV MAN 


MAN CHANGE 
‘SYS SERV MAN 


OPER & SERV MAN | 
INSTRUC & OPER MAN. 


OPER & SERV MAN 


OPER & SERV MAN - 


MAN CHANGE 


SERV NOTE SET BELOW 
OSOA~1A 


5050A~3 


LITERATURE 
TYPE 


OPER & SERV MAN 
‘MAN CHANGE 

SERV. NOTE SET BELOW 
505081 


area A SERV MAN 
MAN C 


5055a-2 


SERV NOTE SET BELOW 
506A~1 


506A~2 
OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


SERV ve SET BELOW 


5060A- 
CONT'D 
5060A-2 
5060A~-3 
5060A~4 


ADDENDUM MAN 


OPER & SERV MAN 
MAN CHANGE 


~ OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 

OPER & SERV MAN 
OPER & SERV. MAN 


A 
SERV NOTE SET BELOW 
 5Q61A=1 


5061A-2 
5061A-3 
2061A=4 
S061A-5: | 
CONT'D 


-5061A-6 


5061A-7 
5061A-10 
5061-118 
5061A-12 
5061A-13 


SO61A"14. vad 

5061A=15/5062C-6 
-SO61A-16. 

5061A=17 


ANGE 
SERV NOTE SET BELOW 
SO55A~1 


MARS83: 


SEP83 
APR33. 


JUNS4 
JANOO 


JUN54 
SEP71 


'MAR76° 


HIC 


DATE 


SEP71 
MAR76 


SEP73 
FEB80 


APR72 
APR76 


JAN67 


Oci65 
SEP68 
JUL66 

“ AUE66 

NOV67 

NOV69 


JANOO 


AUG74 


SEP84 


05046-90012 


05046-90012 
05066-90016 


SOSA-SO1A 
00505-90001 


SOSA-501A: : . 


05050-9033 


05050-9033 


--NUGB4 05046-90013 
-- JUN83 05046-90017 
—JAN72 505A-5018 - 


JUN83_ 5950-1971 
JAN72 505A-501B 
SEP83 05050-9026 


8L 01 02 01 
8L.01 02 02 


01 02 02 
8L 01 21 01 


~ 01 02 02 
8L 01 02 03 


ocT78.. 
SER BELOW 744.M0D. TO PROVIDE STORAGE CAPACITY 
SER 752 & UP.MOD TO PROVIDE STORAGE CAPACITY 


INSTALLATION OF MOTOR: CONTROL 


H/C PART 


NUMBER 


FICHE FICHE PART 


NUMBER 


PAGE 214 
M PD P 


ATE LTV 
#kk DESCRIPTION *** DESCRIPTION *** DESCRIPTION RK DESCRIPTION tik DESCRIPTION 4 trick 


05050-9033 
05050-9033 


SEP83. 05050-9026. 


8L 01 02 03 


OCT78 
WN. INSTAL OF DIG CLOCK & MOTOR CONTROL 
APR8O 05055-90072 8. 07 02-02 


05055-90010 
05055-90010 


MAY78.. 
WO MOD TO UP IMMUNITY TO ELECT NOISE 
WO SER 1612.MOD TO IMPR IMMUNITY TO VOLTAGE PEAKS 


MAY78 


IMPR LAMP SOCKET 
ILLUSTR PARTS IDENTIFICATION 


00506-9004 


05060-9013 
05060-9013 


BELOW 


APR?1. 00506-9005 
APR?1 05060-9025 


01.02.01 
07.02 05 


T80 : 
SER seioy ~00140. REPL OF A1Q1/17 OR A1TS IN SYNTHESIZER ASSY (05060-60206) WITH SER 


SER BELOW -00200.PREF REPL TRANS FOR A16@2 
SER BELOW 708-.MOD REQ WHEN REPL A8Q1,Q2,03,Q7 
WO REC CS BEAM TUBE REPL PROC 


05060-9030 


05060-9013 
05060-9013 


05060-9013 


. 05060-9013 


05061-9034 
05061-9034 
05061-9052 
05061-9068 


FE879 05060-9031 
APR?71 05060-9025 


APR71 05060-9025 


NOV78 05061-9035 


8t 01 02 01 
01 02 05 


01 02 05 


SL. 01.02 05 FOR SER PFX BELOW 1428A 


MAR85 05061-9053 * 8L 01 02 05 USE 5061A FICHE 05061-9069 


Seas 05061-9069 


8L 01 02 05 


WO SER BELOW 728°00250.MOD TO IMPR OPER OF DECADE DIVIDER Ic& 
WO SER BELOW 924.PREF REPL PRTS INC REL 

WN CS OVEN CNTR. CIR MOD 
OCT75 WO SO60A ALL SER.5061A SER BELOW 1120000489. INCR REL & TUNABILITY OF HARMONIC GEN ASSY 
ALL SER.SUM OF IMPORTANT CIR MOD,REC PROC & REPL PRTS.SOME CHNGES ALSO APPLICABLE TO 


MODEL SO60A 


WO ALL SER.INSTAL OF HOT WIRE: IONIZER CURRENT LIMIT RESISTORS 
REC ENGINEERING IMPR.SUPER 5061A~5 
WO ALT REPL FOR. A10 OSC ASSY 


WO ALL SER.REPL KIT FOR: A10 OSCILLATOR ASSY P/N 05061-6170 


WO SER 2120AC1869 & SELOW.REPL FOR A15 PWR REGLTR ASSY.P/N a it & -6017 
WO SER 944400371 & ABOVE.REPL KIT FOR: CESIUM OVEN CONTR P/N 05061-6173 

WA SER 2132401870 TO 2216A02078.EHNANC REL OF A15PWR REGLTR ASSY | 

WN ALL SER.DISPOSAL PROC FOR H-P CESIUM BEAM. TUBES 

WN ALL SER.CORREC TO SIGNAL=TO-NOISE CHECK PROC FOR A12 CESIUM BEAM TUBE ASSY 


‘WA-SER 2156401919 TO e2seAge079. DEFECTIVE. SYNTHESIZER CRYSTAL REPL 


-S305A 


53058 


| 5306a 


91/0878 


53074. 


| 53080 


5310A 


IR REF OUTPUT - 


-— PAGE 200° 


RIPTION wk 


PAGE 201 


14/08/85 
MODEL - 


NUMBER 


“5061A 


5062¢ 


5062C=H32 


5062C-001 


-5062¢-002 


5062¢-003 


5062C-010 


5065 
5S065A 


508 


' 508A 


5088. 
508c 


11/98/85: 
MODEL 


oo 


BO6tA-H1E 
5061A-12 


- 5061A~13 
SO61A=14 
Sotto e a aber’ 
5061A- 

ms S06tA-17 i 


5061A~18 


OPER MAN 
SERV MAN 
OPER: MAN 
SERV MAN. 
MAN. CHANGE 


5062C-5 
5061A-15/5062C-6 


OPER MAN 
MAN CHANGE 
SERV MAN 
MAN. CHANGE 


SERV MAN 
SERV MAN 
MAN CHANGE 


SERV. MAN 
SERV.MAN 
MAN CHANGE 


. SERV. MAN 


SERV MAN 
MAN CHANGE 


OPER MAN 
SERV MAN 
OPER MAN 
MAN CHANGE 
SERV. MAN 
MAN. CHANGE 


SERV NOTE SET BELOW 


5065A~1 
S065A~4A 


OPER & SERV MAN 
OPER & SERV MAN 


MAN CHANGE 


SERV NOTE. SET BELOW 


_ 508A/8/C/D=4 


OPER & SERV MAN 
OPER & SERV MAN 
“OPER & SERV MAN 


PTTERATURE - 


LITERATURE | 
: TYPE 


‘AUG74. 05062-90001 


SERV wie SET BELOW 


- DEC71. 05065-9035 


H/C MU PART eETeie Erreur DaepTr ub ON 


and teal pen faired aceite ameeeiaem FNS STE WE OE Me MAE A 


NOV70 HO SER BELOW 924.PREF REPL PRTS INC REL 


SEP75 WN CS OVEN CNTR CIR MOD 


—OCT75 WO SOG0A ALL SER.5061A SER BELOW 1120A00489.2NCR REL & TUNABILITY OF HARMONIC GEN ASSY 
AUG74& ALL. SER.SUM OF IMPORTANT CIR MOD, REC PROC & REPL PRIS. SOME CHNGES ALSO APPLICABLE TO 


MODEL 5060A 
SEP75 WO ALL. SER.INSTAL OF HOT. WIRE JONIZER CURRENT LIMIT RESISTORS | 
ocT?s REC. ENGINEERING IMPR.SUPER 5061A=5 
JUL80 WO ALT REPL FOR A170: OSC ASSY 
NOV82 WO ALL SER.REPL KIT FOR A10 OSCILLATOR ASSY P/N 05061-6170 
MAY82 WO SER 2120AC1869. & BELOW.REPL FOR A15 PWR REGLTR ASSY P/N 05061-6099. & -6017 
FEB83 WO SER 944400371 & ABOVE.REPL KIT FOR CESIUM OVEN CONTR P/N. 05061-6173 
JUL83: WA SER 2132401870 TO 2216A02078.EHNANC REL OF ‘ee REGLTR ASSY 
MAR84 WN ALL. SER.DISPOSAL PROC. FOR H-P CESIUM BEAM TUBE 


 MAY84 WN ALL SER.CORREC TO SIGNAL~TO=NOISE CHECK PROC FOR Al2 CESIUM. ‘BEAM TUBE ASSY 


SEP84 WA SER 2136A01919 TO e25cA02079. DEFECTIVE eYNTHESTZER CRYSTAL REPL 


PAGE 215 
H/C H/C. PART . FICHE get PART M. PD : ' 
‘DATE NUMBER DATE NUMBER LT ¥ 
kk DESCRIPTION *** DESCRIPTION *%* DESCRIPTION. eke DESCRIPTION KKK DESCRIPTION kk 


OCT84 WO ALL SER.REC REPL OF A10A1 OSCIL 


DEC75 05032-90013* 8 01 02 01 USE 5062c FICHE 05262-90023 
NOV78 05062-90021 8L 01 O2 05 USE 5062¢ FICHE 05062-90030 
OCT?77 05062-90023 8L 01 02 01 
NOV82 05062-90030 8L 07 02 05 


JUN7? 05062-90020 
JUN77 05062-90022 
OCT?78 05062-90029 
SEP82 05062-90029 


JULB4 
JUL76 WA SER BELOW 1612A.MOD TO BATT CHARGER TO IMPR PERFORMANCE 
JUN79 WA SER 1640 & BELOW.PROC TO INSTALL REL IMPROVEMENT. KIT. cor 
FEB78& ASSYS WHICH REQUIRE ADJ WHEN REPL 
DEC80 WO SER 2016A & SELOW.MCD TO INCR CESIUM BEAM TUBE LIFE BY OP AT LOWER OUTPUT CURRENT 
MAR&4 WN ALL SER.DISPOSAL PROC FOR H=P CESIUM BEAM TUBES 


OCT?78 05062-90031 FEB79 05062-90032 8L 01 02 01 
NOV78 05062-90031 
OCT78 05062-90029 NOV82 05062-90030. 8L 01 02 05 
SEP82 05062-90029 


JUN77 05062-90020 NOV78 05062-90021* 8L 01 02 05 USE 5062C-001 FICHE 05062-90030 
OCT78 05062-90029 NOV82 05062-90030 8. 01 02 05 
SEP82 05062-90029 


JUN7? 05062-90020 NOV7& 05062-90021* 81.01 02 05 USE 5062¢-002 FICHE 05062-90030 
OCT78& 05062-90029 NOV82 05062-90030 8L 01 02 05 
SEP82 05062-90029 


JUN77, 05062-90020 NOV78 05062-90021* 8L 01 O02 05 USE 5062C-003 FICHE 05062-90030 
OCT78 05062-90029 NOV82 05062-90030 8L 01 02 05 
SEP82 05062-90029 


FEB75 05062-90007 MAY75 05062-90012* 01 02 02 USE 5062C-010 FICHE 05062-90032 
JUN77 05062-90020 . NOV78 05062-90021* 8L 01. 02 05.USE 5062C-010 FICHE 05062-90030. -* 
OCT78 05062-90031 FE879 05062-90032. 8 01 02 01 : 

NOV78 05062-90031 

OCT?78 05062-90029 NOV82 05062-90030. 8L 01 02 05 

SEP82 05062-90029 


APR8&3 
JUL70. WA SER 956-00256.PHR LINE SAFTY MOD ey 
DEC82 WO ALL SER.REPL KIT FOR. A10 OSCILL ASSY P/N 05065-6097 


JUN79 05065-9037 * 8L 01 02 04 USE 5065A FICHE 05065-9042 
NOV79 05065-9041 JUN85 05065-9042 8L 01 02.05 ; 


MAY85 05065-9041 


oo™M 


ae MAY78 | 4 
= .. ~-ILLUSTR PARTS IDENTIFICATION 

JUN66 00508-9001 -MAY71.00508-9006 01 02 01 

JUN66 00508-9001 MAY71 00508-9006 01 2 01 

JUN66 00508-9001 


MAY71 00508-9006 01 02.01 


PAGE 216 


11/08/85 
MODEL 
_. NUMBER 


| 535A 


5315A/B 


| 53158-00 


S316A 


| 11/08/85 
MANE 


Qe arte 


‘5065A OPER & SERV MAN ——DEC74._ 05065-9035 JUN79 05065-9037 * BL 01 02 04 USE SOSSA FICHE 05065-9062 


OPER & SERV MAN NOV79 05065-9041 --«JUNS5 05065-9042 8L 01 02 05 
MAN CHANGE MAY85 05065-9041 oe | 
15087 SERV NOTE SET BELOW As wayTg Oe | 5323A 
‘508A/8/C/D=1 = _ILLUSTR PARTS IDENTIFICATION : 

508A OPER & SERV MAN JUN66. 00508-9001 MAY71 00508-9006 91.02 01 

5088 OPER & SERV MAN — JUNG6 00508-9001» MAY71 00508-9006 —=01 02 01 53250 

50sec OPER & SERV MAN JUN66 00508-9001 += MAY71.00508-9006 —S=s 01. 02. 01 ? 
ean : Sevire | a 5325A-001 


‘PAGE 201 11/98/85 ae ieee sy PAGE 2160001 11/08/85 
a 0 LITERATURE —s«wH/C H/C PART FICHE FICHE PART M PD Ps. a MODEL 
ren eae NUMBER ae TYPE DATE NUMBER DATE NUMBER L TV 6 ee NUMBER 
IPTION ##* xik DESCRIPTION *** DESCRIPTION *#** DESCRIPTION ieee DESCRIPTION kkk DESCRIPTION kick 
| 508D “OPER & SERV MAN JUN66 00508-9001 MAY71 00508-9006 01,02 01 | Ee tae | 5325A-001 
5083. SERV NOTE SET BELOW JULBS i fone | S325A/8 
ie oo 5083-1 - REFER TO GENERAL HEADING FOR DESCRPTN ie aa tet eee 
5083-2 - REFER TO GEN HEADING FOR DESCRPTN an . 
5083-4 - REFER TO GEN HEADING FOR DESCRPTN. joao vie Ss i 
5083-5 - REFER TO GEN HEADING FOR DESCRPTN.. ne 53258 
5087 * - REFER TO GEN HEADING, FOR DESCRPTN ents 
5083 -, - REFER TO. GEN HEADING FOR DESCRPTN ata 
5083-10 - REFER TO GEN HEADING FOR DESCRPTN. a 53258-001 
5083-14 - REFER TO GEN HEADING FOR DESCRPTN.. : ; 
5083-12 - REFER TO GEN HEADING FOR DESCRPTN ae 
. 5083-14 - REFER. TO GEN HEADING FOR DESCRPTN. | 5326/5327 
5085A OPER & SERV MAN JUL74 05085-9009 NOV82 05085-9010 8 01 02 02 
: MAN CHANGE JUL82 05085-9009 
5087A | OPER & SERV MAN JAN77 05087-90008 JUN85 05087-90009 8L 01 02 02 
MAN CHANGE FEB85 05087-90008 
5088-7049 OPER & SERV MAN MAY81 5088-9002 -—s- AUG84. 5088-9003 —s8L_-01 02 01 
5089A OPER & SERV MAN DEC8S 05089-90001 ——s- MAY84 05089-90002 8L 01 02 02 
-MAN. CHANGE JAN84 05089-90001 
50908 OPER & SERV MAN MAR66 05090-904 SEP81 05090-905  8L 01 14 02 
MAN CHANGE FEB70 05090-9064 
SERV NOTE SET BELOW MAY78 
: 50908~1 FEB70 WO SER BELOW U958-.MOD FOR IMPR HI TEMP PERFORMANCE 
154 _ OPER & SERV MAN JANOO 00051-91369 AUG81 00051-91419 8L 01 11 01 
510°. SERV NOTE SET BELOW MAY78 
510A-1 SEP64 FIELD ADJUSTMENTS 
510A OPER & SERV MAN MARSO 510A-501A AUG73 510A-502 01 02 01 
| OPER & SERV MAN APR66 00516-93001 AUGB1 5951-6898 BL 01 21 01 
51000 OPER & SERV MAN MAY68 05100-9037 JAN72 05100-9044 01 02 05 
MAN. CHANGE NOV71 05100-9037 
SERV NOTE SET BELOW MAY78 
5100a-1 FEB65 = SER BELOW 442-00381.REPL OF F2 FUSE 
5100-2 MAR66 SER BELOW 540.MUD OF PWR SUPPLY 
~ 5100a-3 APR66 SER BELOW 552.FUSE REPL Nee 
51008. _—sOPER & SERV MAN MAY68 05100-9037 JAN72 05100-9044 < 01 02 05 
MAN CHANGE NOV71 05100-9037 
51020 OPER & SERV MAN FEB66 05102-9028 SEP71 05102-9032 01 02 05 
SERV NOTE SET BELOW BAY78 
“S102A-1 Bea SER BELOW 540-00120.MOD OF PWR SUPLY 
5103a. OPER & SERV HAN AR66 05103-9008 —-SEP71. 05103-9009 01 02 05 
MAN’ CHANGE uN? 05103-9008 Foie: 


00°. LITERATURE H/C aS H/C PART FICHE FICHE PART M PDP 


“page 202 «| sd aayogyas i Pe a page are] tt v0ves 
Vee ta ee MODEL ES ee Pe ap MODEL: 
: “= NUMBER - ari TYPE. DATE. NUMBER  - DATE ’ NUMBER. LOT Ve : ae : 4 NUMRER 


wmewe mad 2 ee 


5100A-3 
OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
SERV NOTE. SET BELOW 
5102A=1 


OPER & SERV. MAN 
MAN CHANGE 


PAGE 202... 1108/85 


LITERATURE 
oe NOYBER TYPE 
>TION wee 
| 5105A / OPER & SERV MAN 

MAN CHANGE 


SI10A «ts OPER & SERV MAN 
MAN: CHANGE 
SERV NOTE SET BELOW 
5110A/B-1A 


5110a-1 
5110A-2 


OPER & SERV MAN 
MAN CHANGE 


OPER .NOTE 


. OPER & SERV MAN 
“MAN CHANGE 
- SUBSYS MAN 
_ SERV aria SET BELOW 


5150A-6 


OPER & PROG HAN 
MAN CHANGE 
SERV MAN 
MAN CHANGE 
SERV NOTE SET BELOW 
5180A~1 
5180A~2A 
5180A-3A 
5180A-4A 
5180A-5 
3180A-68 
5180A~7A 
5180A-8A 
5180A-9 
5180A~108 
5180A-11 
5180A~12B 
5180A-13 
3180A-14 
5180A~15 
5180A-17 
5180A~18 


5180A~21 
OPER & PROG MAN 
OPER & SERV MAN 


Pace 203. | ‘| 44/08/85 
: MODEL 


eg LITERATURE 
stole Gak NUMBER oC TYPE 


H/C H/C PaRT : FICHE FICHE PART. M : 2 P 


"DATE NUMB DATE NUMBER sL ee es = 
tee DESCRIPTION ‘eek DESCRIPTION tick DESCRIPTION kkk DESCRIPTION ##e DESCRIPTION tke 


ee RET ec eR CT one See @ Ses ses ee ee eee oy wwe 5 ee S 


APR6S SER BELOW 552. FUSE REPL 


MAY68 05100-9037 ~ JAN72 05100-9044. 01 02 05 
NOV71 05100-9037 ° 


FEB66 05102-9028 SEP71 05102-9032 01 02 05 
MAR66 SER BELOW 540-00120.MOD OF PWR SUPLY 


MAR66 05103-9008. SEP71 05103-9009 01 02 05 
JUN71 05103-9008 : 


PAGE 217 
H/C PART. FICHE FICHE PART M PD 
NUMBER DATE NUMBER LT V 
kk DESCRIPTION *%* DESCRIPTION **x DESCRIPTION eke DESCRIPTION kk DESCRIPTION : tik 


SEP70 05105-9032 QGT?E 05105-9034 8L 01 G2 03 
JUL73. 05105-9032 


* DEC70 05110-9032 JUN75 05110-9037 01 02 04 


JAN74. 05110-9032 


MAY78 
~- — WNOINSTAL OF OPT "02,03,8 04 
MAR66 SER BELOW 524-00560.MOD OF PWR SUPPLY 
APR66 SER BELOW 552 FUSE. REPL 


DEC70 05110-9032 JUN75 05110-9037 01 02 04 
JAN74 05110-9032 


JAN68 00515-90005 JUL84 5950-1883 8L01 02 01 
JUN76 05150-90003 DEC&4 05150-90004 8L 01 02 34 


OCT84 05150-90003 
NOV76. 09571-93013 © Hatt 09571-93014 8L 01 09 01 


MAR?? WN OPT O02 BCD INTERFACE ALL SER.MOD TO IMPR IMMUNITY TO SPURIOUS PRNT SIGNALS 
FEB77 WN ALL SER.REPR & ADJ TO PRINT HEAD ASSY 

FEB78 WA SAFETY.SER BELOW 1724A02350.CORR ACTION FOR A POT SAFTY HAZARD 

AUS78 WN REC HP-IB. VERIF PROG FOR OPT 001 

MAR83. WO SER 2144A.CHANGE TRAN A1Q2 TO IMPR REL OF PRINTER PAPER ADV CIRCUIT 

JUL83 WA ALL SER~IMPR OF CIR TRIG MIDNIGHT PRINT-OUT 


JAN82 05180-90001 NOV&3 05180-90002. 8L.01 02 03 
JUL83 05180-90001 
JUL82 05180-90014 JUN85 05180-90029 8L 01 02 O7 VOL 2 & VOL IZ 
APR85 05180-90014 cerac 
CT 


AuUG82 SER.IMPR ADJ PROC FOR XYZ DISPLAY CIR 


JAN83 2210A00220 & BELOW.MOD TO Z OUT+ 15V REGLT & TRIG OUT CIT ON A25 REAR PANEL ASSY 


JAN83 2044A00200 & BELOW.MOD TO PREV POSS OSCIL +15V REGLT CIR ON A25 REAR PANEL ASSY 
2224A00310 : BELOW.MOD TO PREV POSS NOISE PROB ON A25 REAR PANEL ASSY 
2210A00211 & BELOW.MOD AS & AD HIGH SPEED MEMORY ASSEMBLIES 
2220A00300: & BELOW. INPUT AMPLFR STATIC PROT & hues BW MOD 
2222A00310 & EELOW.AC LINE PROT (MAINS) FUSE CHANGE 
222400350 & BELOK.ADD OF WIRED TO -5.2V MOTHERBD SUPPLY LINES 
SER.ROM/EPROM REPL STRATEGY 
LISTED IN NOTE.FIRMWARE (ROM) REV 1.4 PROC 
2210A0G220 & BELOW.MOD TO CORREC POSS SHORTING OF ~5.2V SUPPLY To CHASSIS 
2206A00191 & BELOW.CHANGE TO BOTTOM COVER & INFO PULLOUT CARDS 
LISTED IN NOTE.MOD TO CORREC PWR-UP RESET & DMA PROB 
NUMBER LIST IN SERV NOTE.MOD TO ELIM GEN OF DATA SPIKES 
2311A00541 & BELOW.A10: & ALL REPL PROC 
SER.MOD TO PREV MULTIPLE CURSOR/DISPLAY GLITCHES 

ALL SER.05180-60100/605C0 HYBRID SHIELD EXCH POLICY 

SER 2404A00800. & GELOW.MOD TO IMPR ADC REL 

SER 2448401010 & BELOW.MOD TO IMPROV HISTOGRAM: TEST RESULTS 
SER 2436400990 & BELOWCEXCEPTIONS SEE NOTE).MOD T ELIM MISTRIGGER 


51800-90001  AUG84 51800-90002 8L 01 02 02 
05181-90001. MAY84 05181-90002 8L 01 02 02 


“PAGE 218 


11/08/85 
MODEL 
NUMBER 

53278 

5327C 


5328A 


41/08/85 
MODEL 
NUMBER. 


51800A 


PAGE 203. 11/08/85 
; MODEL 


ION ioe Bie ce 
5181A 


51824 


51820A 
520. 


520A 


5201L 
5201L-01 
: 5201L-02 
5201L-03 
5201L-08 
5202. 
$202L-01 
5202L-02 
5202L-03 
5202L-04 
5203. 


‘5203L-02 


_ PAGE 204 “41/08/85 
; MODEL 0 
NUMBER ae Fs 


ION tok 


‘ONT Ay 


JTBDA~14 
5180A-15 
5180A-17 
5180A-18 


5480019 


5180A~20A 
5180A-21 


OPER & PROG MAN 
OPE2 & SERV MAN 


LITERATURE 
TYPE 


_ MAN. CHANGE 
OPER & PROG MAN 


MAN. CHANGE 
SERV fice 


MAN. CHAN 
SERV NOTE. SET BELOW 
5182A~1 

“5182a-2 


USER'S MAN 


SERV NOTE SET BELOW 
S20A-1 


INSTRUC & OPER MAN 


MAN CHANGE 
OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 


MAN CHANGE 


OPER & SERV: MAN. 
‘MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


‘LITERATURE 
TYPE 


ABER 8 eR watt ‘ 


APR83 WA SER NUMBER LIST IN SERV NOVE.MOD TO ELIM GEN OF. DATA SPIKES 
MAY83 WO SER 2311A00541 & BELOW.A10 & ALL REPL PROC 

JUL83 WO ALL SER.MOD TO PREV MULTIPLE CURSOR/DISPLAY GLITCHES 

JUL83 WN ALL SER.05180-60100/605C0 HYBRID SHIELD EXCH POLICY 

SEP84 WA SER 2404AG0800 & BELOW.MOD TO IMPR ADC REL 

JUNSS WA SER 2448401010 & BELOW.MOD TO IMPROV HISTOGRAM TEST RESULTS 


- FEBB5 WA SER 2436A00990 & BELOWC(EXCEPTIONS SEE NOTE). MOD TS ELIM MISTRIGGER 


-NOV83 51800-90001 
MAR82 05181-90001 


AUG84 51800-90002 8L 01 02 02 
MAY84 05181-90002 8L 01. 02 02 


H/C H/C PART FICHE FICHE PART MP DP 
DATE NUMBER DATE NUMBER LT V6 
tie DESCRIPTION *** DESCRIPTION *** DESCRIPTION. wee DESCRIPTION kkk DESCRIPTION week 


APR84. 05181-90001 MAY84 05181-90002 8L 01 02 02 
MAR84 05182-90006 OCT85 05182-90007 8L 01 02 04 


APR8S 05182-90006 
FEB85 05182-90008 JUN85 05182-90009  8L 01 02 08 


APR&S 05182-90008 


ocTss Nee a: 
MARSS WA SER 2448A00315 & BELOW. MOD TO FIX DMA PROB WITH “AUTO stop" & CHOP: MODE DATA RECORDS: 


FEB85 WN SER 2442400330 & BELOW.MOD TO IMPROV HISTOGRAM TEST RESULTS 
NOV83 51820-90001 AUG84 51820-90002 8L 01 02 03 


MAY78 
SEP64 FIELD ADJUSTMENTS 


_YANOO 520A-900 ‘MAR?2 00520-90002 


APR61 520A-900 
JANOO 00520-90001 APR72 00520-93001 


JAN66 05201-9006 OCT72 05201-9011 
DEC71. 05201-9006 


JAN66 05201-9006 ocT72 05201-9011 
DEC71 05201-9006 


JAN66 05201-9006 OCT72 05201-9011 
DEC71 05201-9006 


JAN66 05201-9006 OcT72 05201-9011 
DEC71 05201-9006 


JAN66 05201-9006 ocT72 05201-9011 
DEC71 05201-9006 


NOV65 05202-9003 MAY717 05202-9004 
AUG67 05202-9003 


NOV65 05202-9003 MAY71 05202-9004 
AUG67 05202-9003 


NOV65. 05202-9003 MAY71. 05202-9004 
AUG67 05202-9003 : 


NOV65 05202-9003 MAY71 05202-9004 
AUG67 05202-9003 


NOV65 05202-9003 MAY71_ 05202-9004 
AUG67 05202-9003 


MAR66 05203-9003 ——- FEB81._ 05203-9004 


ASUL66 05203-9003 
MAR66 05203-9003 FEB81 05203-9004 


JUL66 05203-9003 


H/C ——s*H/C_ PART FICHE - FICHE PART M POD: P 
DATE NUMBER 


“DATE. NUMBER Lt Vv 
kik DESCRIPTION. baiatats DESCRIPTION kkk DESCRIPTION tek DESCRIPTION eek DESCRIPTION Sl 


mands 2 APSAAT _ AAAS emia arPanws Aam ena sae ae Tale 


PAGE 218 


PAGE a9 


41/08/85 
MODEL 
NUMBER 


-5328A 


5328A-C96 
5328A-H42 


S328A-H99 


5328A-010 » 


S328A-011 


| 5328a-020 


5328a-021 
5328A-030 
5328-031 
Sioa uid 


5328-041 


31/08/85 
MODEL 
NUMBER 


a 


PAGE 204 


IN dk 


Se02L-04 OPER & SERV MAN NOV65 05202-9003 — MAY71 05202-9004 : 01 02 04 
~ MAN CHANGE AU667 05202-9003 


5203. OPER & SERV MAN | MAR66 05203-9003 FEBBI 05203-9004 . 8L 01.02.02 
MAN. CHANGE > JUL66. 05203-9003 


5203L-02 OPER & SERV MAN —_—MAR66.: 05203-9003 FEBS1 fee sane ~ BL 01 02 02» 
. MAN. CHANGE JUL66 05203-9003 


“41/08/85 
MODEL 


PAGE 219 
0 LITERATURE H/C H/C PART FICHE FICHE CART: M POD P ; 
NUMBER Cc TYPE DATE NUMBER DATE NUMBE L.-T VG 
As ae kkk DESCRIPTION xxx DESCRIPTION eke DESCRIPTION *¥* DESCRIPTION wei DESCRIPTION. wick 
| 5203-03 — OPER & SERV MAN MAR66 05203-9003 FEB81 05203-9004 8b 01 02 02 
MAN CHANGE  JUL66 05203-9003 


521 SERIES _ OPER & SERV MAN ‘JANG? 00521-9002 FE876 00521-9003  8L 01 02 03 


521A/C/D/E SERV NOTE SET BELOW MAY78 
S21A~1A fore INSTAL DIGITAL REC ADAPTOR KIT 


S21A-2A | oo = SER BELOW 1581. REPLACEMENT FAN KIT 
Set An3 = SER BELOW 010-03882(521A).PHANTASTRON STABILITY IMPROVEMENT 
Seta-4 = SER BELOW 2832.RESET THYRATRON CIRCUIT REPLACEMENT 
S21A~SA AUG67 521A SER UP 010-03781;521 SER U10-03631.DIG RECORDER(BCD + 1224) ADAPT KIT INSTALL 
521C-1A MAR67 CRYSTAL UNIT RAPLACEMENT 
521C-28 = 521C SER 3631 + DOWN.PHANTASTRON MOD 
521C-3 - 521C SER BELOW 032-04706;521E SER ee 9200400, MOD TO IMPR MEAS RELIB AT LO LINE sae 
- 521D-1A - DIG RECORDER(TEN-LINE) ADAPER KIT 
521D-2A - "DIG RECORDER(STAIRCASE) ADAPTER KIT 
S210A OPER & SERV MAN NOV73 05210-9022 NOV73 05210-9023 01 02 02 


52108 OPER & SERV MAN NOV73. 05210-9022 NOV73: 05210-9023 01.02 02 
~ 52102A OPER & SERV MAN SEP81 52102-90902 FEB82 52102-90802 8. 01 08 02 
52103A OPER & SERV MAN JUL80 52103-90902 SEP80 52103-90802 8L 01 08 02 
S2105A OPER & SERV MAN NOV81 52105-90902 FEB82 52105-90802 8. 01 08 02 
521A | OPER & SERV MAN JUN67 05211-9002 AUG70 05211-9003 01 02 03 
|. 52118 OPER & SERV MAN JUN67 05211-9002 AUG70 05211-9003 07.02 03 
521104 OPER NOTE FEB8O 52110-90901 APR80 52110-90801 81 01 08 01 


S212A OPER &. SERV MAN JUN67 05212-9009 JAN?71. 05212-90010 01 02 03 
—.. MAN. CHANGE OCT70 05212-9009 
SERV NOTE SET BELOW JAN79 
S212A/5512A~1 JUL66 SER BELOW 306.REPL DIODE FOR A1CR1 IN AMPLFR ASSEMBLY 
S212A/5512A-2 AUG6S SER BELOW 608.REPL ‘TRANS FOR A8Q1: IN OSCILLATOR ASSEMBLY 
5212a-02 OPER & SERV MAN JUN67 05212-9009 JAN71 05212-90010 01 02 03 
MAN. CHANGE oct70 05212-9009 


5212A-03 ~ OPER & SERV MAN JUNG? 05212-9009 JAN71_ 05242-90010 01 02 03 
_ MAN CHANGE 0CT70 05212-9009 


521214 “.. OPER NOTE DEC81 52121-90901 JAN82 52121-90801 SL 01 08 01 
| 52722A OPER NOTE APR82 52122-90901 JUN82 52122-90801 8L 01 08 01 


Se126A OPER NOTE FEB79 52126-90901 MAY79 52126-90801* 8L 01 08 01 USE 52126A FICHE 52126-90802 
OPER NOTE JUN?9 52126-90902 JUL79 52126-90802 8L 01 D2 01 
S274e OPER SERV MAN JAN70 05274-9007 - AUG?1 05214-9008 01 02 03. , wae) : 
MAN ..C APR71 05214-9067 Af 
SERV NOTE. ‘SET BELOW a MAY78 


PAGE 205 


N dee 


11/08/85 ee Ch Es rs es : aie : PAGE 220, 
MODEL: 0 . LITERATURE —s_-H/C H/C PART FICHE “FICHE PART M PD P- pe cred 
NUMBER = C——*~*~s*STNP’ DATE sos NUMBER) = s=éDATE”=~—~C*CONNUMBER) LOTT VCC 
: Ro gone ties DESCRIPTION wee: DESCRIPTION wee DESCRIPTION #H® DESCRIPTION kkk "DESCRIPTION kk 
S2u4L S21 ——s—s—~:*s*«GGSSER BELOW 612.REPL TRANS. FOR ASQ1 IN OSCILLATOR ASSEMBLY. 


11/08/85 
MODEL 


*. 


5328A-040 


5328-041 


NUMBER ( 


- S3z8A-041 


5328A-098 
5328AF/096 


| 5328aF/098 
- 5328aH99-098 


53288. 


| 53304, 


| 53308 


S31 
53318 
5332A 
53328 


53340. 


5334R 
5335A 


11/08/85. 
MODEL =O 


NUMBER CC 


“| S335A. 


S2122a OPER NOTE APRS2 52122-90901 JUN82 5 52122-90801 8L 01 08 07 : ef cot SS34R 


52126A.. OPER NOTE FEB79. 52126-90901 MAY79: 52126-90801* 8L 01 08 01 USE S2126A FICHE 52126-90802 a 5335A 
Ake . OPER NOTE JUN79 52126-90902 _SUL?9. 52126-90802 8L 01 D2 01 eo 
S24L OPER & SERV MAN JAN70 05214-9007 AUG71 05214-9008 01.02.03 

MAN. CHANGE : APR71 05214-9067 


SERV NOTE SET BELOW : MAY78 


41/08/85 Pe ae ery ay PAGE 220. 
MODEL | 


11/08/85 
0 LITERATURE W/c_ H/C PART FICHE FICHE PART M PD P MODEL 0. 
NUMBER CC TYPE DATE NUMBER _DATE NUMBER LT VG NUMBER C 
: ik DESCRIPTION *#* DESCRIPTION *#* DESCRIPTION *** DESCRIPTION *#* DESCRIPTION i. ; 
5214. S5214L-1 “ANG66 = SER BELOW 612-REPL TRANS FOR A&Q1 IN OSCILLATOR ASSEMBLY ‘S335A 
5214L-02 OPER & SERV MAN _JANZ0 05214-9007 AUG71 05214-9008 01 02 03 3 
ee MAN CHANGE APR71 05214-9007 
G ADAPT 5214L-03 OPER & SERV MAN —_-JAN70. 05214-9007 AUG71 05214-9008 01 02 03 
: MAN CHANGE APR71 05214-9007 
52164 OPER & SERV MAN AUG?1_ 05216-9006 OCT84 05216-9008 8L 01 02 04 
MAN CHAN OCT73 05216-9006 
SERV NOTE. SET BELOW MAY78 . 
5216A~1 MAY71. WO SER 948A03126 TO 1040A03875.MOD TO INCREASE GATE LAMP LIFE: 
a 35 16Ane ; JUN73 WO SER BELOW 976.SOLU FOR A& DECD DIVIDER RESET PROBLEM 
522a INSTRUCT & OPER MAN MARSS S22A-SO1A JUL81 5080-5689 BL 01 02 02 
5228 OPER & SERV MAN JANOO 5228-900 SEP71 5228-903 01 02 03 -5335A-040 
; MAN. CHANGE MAR62 5228-900 ; 
MAN CHANGE B MAR62 5228-900 53400 
AC~4A/B MAN FEB60 5228-900 
AC-4A/B MAN CHANGE MAY62 5228-900 
SERV NOTE SET BELOW MAY78 
5228-1 - NOT AVAILABLE 
5228-2 - NOT AVAILABLE 
5228~3a - INPUT LEVEL CONTROL INSTALLATION 
5228-4 - SER 922 + DOWN. REPL DESCRIMINATOR 
522B-5A - DIG RECORDER(STAIRCASE) ADAPT KIT 
522B-6C JUN67 SER 2482 + DOWN.REPLACEMENT FAN KIT 
5228-7 - CABINET TO RACK MOUNT CONV KIT 
5228-88 = SER 019-03982 + UP.DIG RECORD(BCD. + 1224) ADAPT KIT 
5221A OPER & SERV MAN JUL71. 05221-9015 =» DEC75 05221-9016 BL 01 02 02 
: SERV MOTE SET BELOW MAY78 
5221A/5321A~1 =~ WN MOD TO RED AMPLFR BANDWIDTH : 
ace oae en OCT72 WO SER BELOW 1048A02871. EXCEPT THOSE WITH OPT 03,103, & 203.MOD TO IMPR STAB OF TIME 
ONT'D BASE IN PRESENCE OF PWR LINE NOISE 
5221A/5321A-3A OCT72 WN ALL. SER.1MHZ CRYSTAL TIME BASE COPT 003). INSTAL PROC FOR 5221A & S321A 
52218 OPER & SERV MAN APR? 05221-9014 OCT84 05221-9017 8L 01 02 02 
| MAN CHANG JUL73. 05221-9014 
SERV NOTE SET BELOW MAY78 
5221B/53218~1 - . WN MOD TO INSURE ACCUR FREQ MEAS BELOW 100 KHZ 
; 52218/53218-2 MAR71 WN SER BELOW O980A.MOD FOR COMPATIBILITY WITH S5055A DIGITAL RECORDER 
5223. —=—s OPER & SERV.MAN __ FEB67 05223-9005 FEB72 05223-9006 01 02 03 5340A-006 
‘SERV NOTE SET BELOW MAY78 ‘ . 
: 3223L~1 AUG66 SER BELOW 539.REPL TRANS FOR A7Q1 IN OSCIL: ASSEMBI.Y | S341A 
5223L-02 OPER & SERV MAN FER67 05223-9005 FEB72 05223-9006 01 02 03 
5223.-03  —s- OPER & SERV MAN _—FEB67_- 05223-9005 FEB72 05223-9006 01 02 03 
5238 SERV NOTE SET BELOW MAY78 : : 
5236-1 - NOT AVAILABLE Se ae 


5238-28 OCT62 SER 394 + UP. ADAPT KIT INSTALLATION 


11/08/85. A a Le = ees Gere PAGE eat be 41/08/85 

» - MODEL - 0 - LITERATURE | H/C We PART _ FICHE | FICHE, PART M P DP Sack es son, MODEL “0° 

.., NUMBER Coo TYPE DATE MBER DATE NUMBER L T V6 op NUMBER c 
Uhre oe a Biot a Pee ae ik DESCRIPTION akk DESCRIPTION kk DESCRIPTION et DESCRIPTION xkk DESCRIPTION kkk = ree 

5238... 5238-38 SER BELCI! 393. MANUAL. GATE ee mob : : es : eo | S34EA ( 
as 5 23B94A eee APR7O WN SER BELOW 293. FAN MODIFICAT ° ae ae eee ee ad 


5236-5) eee ALL. SER 1° THRU prea 1 THRU 293. WIRING CHANGE wae ee ee pee ee 


5223L-02 
5223L-03 
5238 


11/08/85 
MODEL 


NUMBER 


5238. 


5232A-02 


5232A-03 


5233L 


5233L-02 


5233L-03 
324A 


41/08/85 
MODEL 
NUMBER 


524A. 


Cc: 


OPER & SERV MAN 
OPER & SERV MAN 


- SERV NOTE SET BELOW 
5238-1 Ob 


5238-28 


LITERATURE 
TYPE 


5238-38 


523B-10B 
523B-12A 


OPER & SERV: MAN 
MAN CHANGE 

AC-4.0 .& S MAN 
AC~4 MAN CHANGE 1 
AC~4 MAN CHANGE 2 


SERV NOTE SET BELOW 


S23cR-1A 
S23CR~2 
S23cr-3 


OPER & SERV MAN 
MAN CHANGE 

AC-4.0 & S HAN 
AC-4 MAN. CHANGE 1 
AC~4 MAN CHANGE 2 


SERV NOTE SET BELOW 
523DR-1A 


 S23DR-2A 
- S2SDR“3A 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


52352A/5532A-1A 
5232A/5532A-2 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 
OPER & SERV MAN 


SERV NOTE SET BELOW 
5233L- 
-S233be2A 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 


LITERATURE 
TYPE 


FE867 05223-9005 FEB72 05223-9006 0102 03 
FEB67 05223-9005 FEB72 05223-9006 01 02 03 


a 
$ 
“5 
5 
5 
5 
5 


MAY78 
eae NOT AVAILABLE 
OCT62 SER 394 + UP. ADAPT KIT INSTALLATION 


PAGE 221 11/08/85 
H/C H/C-PART | FICHE FICHE PART M PDP MODEL. 0 
DATE NUMBER DATE NUMBER LT -V-G ~ NUMBER Cc 
_ kik DESCRIPTION: ex DESCRIPTION wee DESCRIPTION ##* DESCRIPTION 1 ike DESCRIPTION tke 
SER BELCK 393.MANUAL GATE PRINT MOD. | S342A OP 
APR7O WN SER BELOW 293. FAN MODIFICATION : MA 
ALL SER 1 THRU 243;SOME SER 244 THRU 293.WIRING CHANGE SE 
- BELOW 893.BEAM SWITCH TUBE BIAS SETTING PROCEDURE — 53 
- RECORDER ADAPT CIR MODIFICATION 53 
- ABOVE 744.ALT USE OF TUBES 6216 + 6761 FOR SERIES REGULATOR vans 53 
- BELOW 893.AC-4D DECD COUNTER REPL 53 
JUN67 KHZ.OSCIL CIR FREQ ADJUSTMENT. |: 53 
- BELOW 1594.REPL NEON LAMP 1406 WITH SILICON DIODE 2 
DEC65 00523-9001 § ——- AUG71 00523-90004 01 02 04 53 
FEB68 00523-9001 » 53 
MAY63 5951-0100 53 
JAN64 5951-0100 c 
JAN6S 5951-0100 2 
: MAY7S 53 
NOV69 DIG RECORDER GEA LINE) ADAPTER KIT 53 
- NOT AVAILABLE 53 
- DIG RECORDER (+1224) ADAPTER KIT 2 
DEC65 00523-9001 AUG71 00523-90004 01 02:04 53 
FEB68 00523-9001 53 
MAY63 5951-0109 - 53 
JAN64 5951-01 25 53 
JAN6S 5951-0100 a 
MAY78 53 
- SER 319,000,004,010,023,043. ADAPT KIT INSTALL 53 
JUN67.. SER BELOW 010-00425.CONNECTIONS FOR STANDBY OPERATION OF XTAL OVEN 53 
- SER BELOW 826. TRIGGER UNIT MOD 23 
MAR67 05232-9006 SEP71 05232-9007 01 02°05 53 
MAY71 05232-9006 53 
MAY78 53 
JUN66 ALL SER.REPL TRANS FOR A10Q1 TO A10Q8 IN DECADE DIVIDER 53 
SEP66. © SER BELOW 604.MOD TO A2 TRIGGER ASSY < 
MAR67 05232-9006 SEP71_ 05232-9007 01 02.05 53 
MAY71. 05232~-9006 33 
MAR67 05232-9006 SEP71 05232-9007 01 02 05 53 
MAY71 05232-9006 23 
MAY69 05233-9006 ocTua 05233-9007 a. 01. 02 03 . 
MA 
FEB66 SER BELOW 544-.REC TRANS REPL FOR A1Q1 & A1Q2 53 
JUN66.. ALL SER.REPL TRANS FOR A10Q1 TO A10Q8 IN DECADE. DIVIDER ae 
; | 5342A-H14 oP 
MAY69 05233-9006 OCT71. 05233-9007 01 02 mae mu 
MAY69 05233-9006 OCT71 05233-9007. 01 «02 
5342A-H16 SU 


JANOO ‘S24A~SO1A AUG72 00524-9005 01 02 
- OCT78 


PAGE 222 - | 19/08/85 
NODEL 


H/C H/C PART FICHE FICHE PART M Pip ope iS RODEL 0 
DATE NUMBER DATE. NUMB LT v6 1 NUMBER 
_ atin DESCRIPTION tee DESCRIPTION 4k DESCRIPTION ik DESCRIPTION. tek "DESCRIPTION thick 
JAN71. CRYSTAL OVEN. MERCURY. COLUMN ‘THERM RPL ie ee ae ee ee 1 S342A006. OPE 
- NOT AVAILABLE — eee wees oe oe 
=. WAVE SHAPER INSTALL.MOD KIT. Ae ok Res ee en, fp | S343A- OPE 
- “IMPR CRYSTAL OVEN TEMP CONTROL KIT es ae Ae PES MA 


spBté ATAR wmALIT TuMBARALIFPMPAiTS 


I299L~U2 
5233L-03 
524A 


OPER & SERV MAN 
“OPER & SERV MAN 


OPER & SERV MAN 
SERV NOTE SET BELOW 


MAY69 05233-9006 OCT71. 05233-9007 01 02 04 
MAY69 05233-9006 OCT?1 05233-9007 — 01 02 04 

; S342A-H16 
JANOO S24A-SO1A | 01 02 05 rele epee 


AUG72 00524-9005 
OcT?s eee 


11/08/85 
MODEL 


oe LITERATURE 
NUMBER oC TYPE 
524A M-4 
—524a-1 
524A-2 
524A-3 | 
524A-8 


OPER MAN 

SERV MAN 
MAN CHANGE : 

sory - SET BELOW 


524B-12D 
5248-13 
S243-14A 
5248-158 
S248-16A 
5248-17C 
5248-18 
S24B-19 


SERV NOTE SET BELOW 
524C-1E 

5240-28 

524B-11C 

5240-4 


“SERV NOTE SET BELOW 
524D-1E 


52ac 


524d: 


5248+17¢ 


OPER.& SERV MAN 
MAN CHANGE 
SERV NOTE SET BELOW 
S240A~1 . 


OPER & SERV MAN 
MAN CHANGE 


“OPER & SERV MAN 
‘MAN CHANGE 


OPER & SERV MAN 


5240A 


S241A 
52418 


5262L 


| 44708785. 
MODEL LITERATURE 
NUMBER “TYPE 


MAN. CHANGE 
SERV NOTE SET BELOW 
Dehel/5244L-1 

“CONT'D... 


OPER & SERV MAN 


522k 


5242-02 


H/C 
D 


ATE 


JAN?1 


APRS4 


JANGO 
JANS4 
MAY60 


SANS? 


OCT66 
FEB68 


=z 

> 
iteue;ewetree 

on 

“ 


JUN68 05240-9003 
MAY71 05240-9003 


MAY78 ‘ 
APR71 WO MOD TO IMPR PHASE LOCK CHARACTERISTIC 


JAN73 05241-99000 
 JAN74. 05241-99000 


JAN73 05241-99000 : cet 
JAN74 05241-99000 ae +. é ee oi oy 


OCT65 05244-9004 


‘SEP67 05244-9004 
_ NPREG 


“octés 05244-9004 


00524-9001 01 d2 01 
00524-9002 FE880 00524-9006 8L.01 02 05 
00524-9002 


PAGE 222 


11/08/85 
MODEL 
_ NUMBER 


H/C PART FICHE FICHE PART MOP De 
NUMBER __—dDATE N 


UMBER LT: 
wkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION tik DESCRIPTION tick DESCRIPTION ik 


CRYSTAL OVEN eNERGURY COLUMN THERM RPL 
NOT AVAILABLE 

WAVE SHAPER INSTALL.MOD KIT 

IMPR CRYSTAL OVEN TEMP CONTROL KIT 
FAN MOTOR MOUNT. IMPROVEMENT 


JAN71 00524-9007 


S343A 


oct? 
NOT AVAILABLE 
REPL 2201 TRIGGER UNIT 
BACK MOUNT REPL OF INTERNAL BLOWER 
WRAP-AROUND CAB CONVERSION W/10" FAN 
CAB TO RACK MOUNT CONV KIT 5248-95H 
NOT AVAILABLE 
SER BELOW 1426.INCR MEAS REL MOD 
SER BELOW 1774.DISPLAY TIME THYRATRON + Z-202 AMPLT DISCRIMINATOR CIR MODIFICATION 
SER BELOW 1973.+210V PWR SUPPLY MOD 
DIG RECORDER (STAIRCASE) ADAPT KIT 
NOT AVAILABLE 
1OMHZ DRIVE,SIGNAL CIR: ADJUSTMENT 
1O0-SECOND GATE MOD KIT TES RENT ION 
COUNTER DISABLE ASSY INSTALLATION 
SER 4675+ DOWN(5245) + ALL SER(524C/D).ELIM OCCASIONAL MISCOUNTS MOD 
DIODE PRECAUTIONS 
6AH6 TUBE REPL 


oct78 5344S 
DIG RECORDER 524C-958 ADAPT KIT 
DIG RECORDER (BCD + 1224) ADAPT KIT 

5248 (2 4675 + DOWN;524C/D ALL SER. MOD TO ELIMINATE OCCASIONAL MISCOUNTS 
524C SER 009-0-1925 + DOWN;5240 SER 004-01825 + DOWN.PERIOD FUNCTION MOD 


5345A 


OCcT78 
DIG RECORDER (STAIRCASE) ADAPT KIT 
SER BELOW 525.MOD TO IMPR RELIABILITY 
NOT AVAILABLE 
524C. SER 009-0-1925.+ DOKN;524D SER 004-01825 + DOWN.MOD TO EXTEND FREQ TO 100, KHZ 
MOD TO EXTEND GATE TIMES 
INSTALL 524D-95 GATE KIT 
S24B SER 4675 + DOWN;524C1D ALL SER. MOD TO ELIMINATE OCCASIONAL MISCOUNTS 


SEP71 05240-9004 01 Oc 04 


AUG79 05241-99050: 8L 01 33 03 
AUG79 05241-99050 8L 01. 33 03 


OCT84 05244-9005 8L-01 02 04 


PAGE ‘223 


OCT84 05244-9005 
ocT82 


5242. SER BELOW 316.5244. SER BELOW 328. INHIBIT SIGNAL MOD TO IMPR CAPABILITY WITH 
562A DIGITAL RECORDER © i 


“41/08/85 

H/C. PART FICHE FICHE PART M POD. Pp MODEL 
NUMBER DATE ‘NUMBER. LE TOV 6 NUMBER 
kkk DESCRIPTION wx% DESCRIPTION ake DESCRIPTION kkk DESCRIPTION kkk DESCRIPTION wee eee 
BL 01 02 04 ‘S345A 


Aue70 05244-9005. a 02 05 


| 5342a-006 


S343A-006 


no 


oOo 


52418 OPER & SERV MAN JAN73. 05241-99000 AUG79 05241-99050 8L 01 33.03 : 5345 
MAN CHANGE JAN74 05241-99000 Lees oe ee, i ee 
Sehek OPEP & SERV MAN OCT65 05244-9004. OCT84 05244-9005 8L 01 02 04 3345 


11/08/85 
MODEL 


“11/08/85 
MODEL. 
NUMBER 


5245L-002 


| 5245L-003 


S52 45L=02 


LITERATURE 
TYPE 


~ MAN CHANGE. 


MAN CHANGE UK. 


OPER & SERV MAN 


MAN CHANGE _ 
MAN CHANGE UK. 


OPER & SERV MAN 


H/C 
DATE 


H/C PART 
NUMBER 


FICHE 
DAT 


FICHE PART M P DP 
NUM 


_ PASE 224 


E. BER Lt T VG. 
wie DESCRIPTION #** DESCRIPTION *#* DESCRIPTION ikke DESCRIPTION kkk DESCRIPTION dork 


APRBO 05245-9044. 


JUN76. 05245-9044 


NOV73: 05245-9044 


APRBC 05245-9044 
JUN76 05245-9044 


SEPAK neo4a6-Onn= 


JUL8D 05265-9067. 


JUL80 05245-9047 


fea74 A&okeonz7 


aL o1 cr 04 


alot 02 4 FOR SERIAL PFXES 628 & ABOVE 


“TAA AS ne eA eeatat ReVER £2106 “erica 


41/08/85 
MODEL 
_ NUMBER 


5354A 


: PAGE 223 91/08/85 
0 LITERATURE H/C H/C PART FICHE FICHE PART M P DP: MODEL 0 
NUMGER Coe TYPE DATE © NUMBER DATE NUMBER L tT VG “NUMBER C 
_ wkk DESCRIPTION wee DESCRIPTION #** DESCRIPTION *** DESCRIPTION wkk DESCRIPTION wk 
S242. MAN CHANGE SEP67 05244-9004 OCT84 05244-9005. . 8L 01 02 04 SSSA 53454 
SERV NOTE SET BELOW OcT82 5S345A 
, senel (ee 244b-1.0 APR66 5242L SER BELOW 316.5244L SER BELOW 328. INHIBIT SIGNAL MOD TO IMPR CAPABILITY WITH S345A 
CONT'D 562A DISETAL RECORDER rine 
 5242u~02 OPER & SERV MAN OCT65. 05244-9004 AUG70: 05244-9005 01 02 05 5345A 
~ MAN CHANGE. . SEP67 05244-9004 ie 
5242L-03 OPER & SERV MAN. OCT65 05244-9004 AUG70 05244-9005 01 02 05 _CONT 
MAN CHANGE SEP67 05244-9004 epee 
S243t OPER & SERV MAN NAR65. 05273-9003 apna 05243-9007 ‘01 02 05 otk, 53454 
i ae SERV aed SET BELOW ocTs S345A 
5243L-1 - 5243L. SER BELOW $58. .5245L SER BELOW 335.MOD TO OPER WITH 5264A OR 5265A CONT 
Boast /S24SL-2 - S243L_ SER BELOW 328.5245L BELOW 335. INHIBIT SIGNAL MOD TO IMPR COMPAT WITH MODEL 562 5S345A 
S243L-3 ; ~ 50-1000 CYCLE FAN MOD KIT CONT 
: S243L-4. FEB6?7 ALL SER.PREF REPL FOR A25Q2 ech 
| ce : A 
5243-02 GPER & SERV MAN MAR65 05273-9093 MAY71 05243-9007 01 02.05 peer 
5244. OPER & SERV MAN OCT65. 05244-9004 OCT84 05244-9005. 8L 04.02.04 S345A 
MAN CHANGE SEP67 05244-9004 S345A 
SERV NOTE SET BELOW 
rea APRS6 oer BELOW 3 1346. S5244L SER BELOW 328. INHIBIT SIGNAL MOD TO IMPR COMPAT. WITH 562A 5345A-011 OPER 
DIGITAL RECORDE 
5244L/5245L-3 FEBG66 S244. SER BELOW 340. S245L SER BELOW 520.INPUT AMPLIFIER MODIFICATION S345A-012 OP & 
S244. /5245i-4 FEB66 5244L SER BELOW 544.5245L SER BELOW 544.NEW FAN & HOUSING TO RED NOISE LEVEL 
S244L/5245L~6 = SER BELOW 544-.PREF REPL FOR A17Q9.NOT AVAILABLE 5350A 
5244.-02 GPER & SERV MAN OCT65 05244-9004 AUG76. 05244-9005 01 02 05 
MAN CHANGE SEP67 05244-9004 
5244L-03 OPER & SERV MAN OCT65 05244-9004 AUG70 05244-9005 01 02 05 
; MAN CHANGE SEP67 05244-9004 
S245t OPER. & SERV MAN SEP66 05245-9005 FE671 05245-9037 01 02.05 FOR SERIAL PFXES 544 & BELOW 
MAN CHANGE MAR6?7 05245-9005 ? 
OPER: MAN APR72 05245-9041 SEP79 05245-9042  8L 01 02 02 
MAN CHANGE JUL79 05245-9041 
MAN CHANGE UK JUN76 05245-9041 
OPER & SERV MAN NOV73 05245-9044 JUL80 05245-9047  8L 01 02 O04 FOR SERIAL PFXES 628 & ABOVE 
MAN CHANGE APR8O 05245-9044 
MAN CHANGE UK. JUN76 05245-9044 
SERV NOTE. SET BELOW JAN84 
5243L/5245L-2 ae S243L SER BELOW 328.5245. SER BELOW 335. INHIB SIG MOD TO IMPR COMPAT WITH MODEL 562A 
S244L/5245L FEB66 5244. SER BELOW 540.5245L SER BELOW 544.NEW FAN & HOUSING RED NOISE LEVEL 
S245L-5A JUN66 ALL SER.REC TRANS REPL 
S2e44L/5245L-6 - SER BELOW. 544-.PREF REPL FOR eal AVAILABLE 
~ S2a5_-7 FEB67 SER BELOW 648.PREF REPL FOR A25Q2 
- S245L-8A JUN75 WO ALL SER.OVEN HEAT TRANS (1) REPL. 
S245L-9 NOV81 WN SER 2004A & BELOW.PREFERRED REPL FOR re SW/SAMPLE CONTRL 
3245L-10 MAR82 WN ALL SER.REC REPL FOR 5245L-48 & 05245-60040 
S245L-11 SEP83 WN ALL SER.REPL KIT FOR. 10544-60536 OSCIL P/N 5061-6004 
S245L-002 - PER & SERV MAN NOV73 05245-9044 JUL80 05245-9047  8L 01 O2 04 FOR SERIAL PFXES 628 & ABOVE 


5245L-002 


11/08/85 
MODEL 
NUMBER 

5245L-002 

~ | 5245L-003 

| 5245L-02 

-S2ASL-03 


5265M 


| 5245m-u35__ 


| 5245N-J36 
ee 
s2as ie 
| szasm/szagn 
5246L 
5246L-01 
5246L-02 
5246L-03 
5286L-04 
| 52a6L-05 
5246-06 


5247. 


11/08/85 
NORBER 


S247M 


5247u-01 


5247M-02 


. S@45L-11 


OPER & SERV MAN 


LITERATURE 
TYPE 


‘MAN CHANGE 
“MAN. CHANGE UK. 


OPER & SERV MAN 


MAN CHANGE 
MAN CHANGE UK. 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER MAN 


~~ SERV MAN 


MAN CHANGE 


SERV MAR 
MAN. CHANGE 


SERV MAN 


Cc 


MAN: CHANGE 


SERV MAN 
MAN CHANGE 


SERV MAN 


“MAN CHANGE — 
SERV NOTE SET BELOW 


S245M-1/5245M~7 


OPER MAN 
_ SERV MAN 
MAN CHANGE 


SERV MAN 
MAN CHANGE 


~ SERV MAN 


MAN. CHANGE 
SERV MAN 
MAN CHANGE 


SERV MAN 
MAN SHANGE 


SERV HAN 
MAN CHANGE 


SERV MAN. 
MAN CHANGE 


SERV MAN. 


LITERATURE 
TYPE 


“MAN. CHANGE 


_ OPER MAN 
SERV MAN 


MAN CHANGE 


SERV MAN. 


MAN? CHANGE 


JUN76 05245-9044 


_ MAR67 05245-9005 
- SEP66 05245-9005. FEB71 05245-9037 02 05 FOR SERIAL PFXES 544 & BELOW 


-OCT68 05246-9006 


SEP83. WN ALL SER.REPL KIT FOR 10544-60536 » OscIL P/N | 5061-6004 
NOV73 05245-9044 ~ JUL80. 05245-9047 8L 01 G2 04 FOR SERIAL PFXES 628 & ABOVE 


H/C H/C PART. . FICHE. FICHE PART MP. D e 
DATE NUMBER A NU 


. DATE MBER LT Vv 
kkk DESCRIPTION *x* DESCRIPTION ake DESCRIPTION eek DESCRIPTION # kk DESCRIPTION kk 


APRBO 05245-9044 » JULEO 5245-9047 8L.01 02. 04 
JUN76 05245-9044 © 


NOV73 05245-9044 


JUL80: 05245-9047 
APR8Q: 05245-9044 aa 


8L 01 02 O4 FOR SERIAL PFXES 628 & ABOVE. 
SEP66 05245-9005 = FEB71_ 05245-9037 01 02 O05 FOR SERIAL PFXES 544 & BELOW 


MAR6? 05245-9005 


“NOV70. 05245-9032 
DEC73 05245-9045 
NOV74 05245-9045 


DEC73 05245-9045: 
NOV74 05245-"1045 


DEC73. 05245-7045 
NOV74 05245-9045 


DEC73. 05245-9045 
NOV74 05245-9045 


DEC73. 65245-9045 
NOV74 05245-9045 


JAN75 05245-9035 02 02 
JUN7S 05245-9046 02 05 


JUN75 05245-9046 02.05 
JUN75 05245-9046 02 05 
JUN75 05245-9046 


JUN75 05245-9046 1 02 05 


MAY78 , 
OCT72 WO SER BELOW 1124A01411.MOD TO STOP ERRATIC GATING 


AUG68 05246-9005 APR70 05246-9007 01 02 01 
OCT68. 05246-9006 JUN75 05246-9008 01 02 04 
OCT74 05246-9006 


OCT68 05246-9006 
OCT74 05246-9006 


OCT68 05246-9006 
OCT74 05246-9006 


JUN75 05246-9008 N2 04 
JUN75 05246-9008 02 04 
SUN?75 05246-9008 04 


OCT74 05246-9006 


OCT68 05246-9006 
OCT74 05246-9006 


OCT68 05246-9006 
OCT74 05246-9006 


OcTé68 05246-9006 
OCT74 05246-9006 


“SEP67 05247-9006 | 


JUN7S 05246-9008 04 
JUN7S 05246-9008 04 
JUN75 05246-9008 04 


NOV7O 05247-9012 04 


PAGE 224 


PAGE ae 


. SAN70 05247-9006 


H/C. H/C PART. ~—s«FICHE FICHE PART PD P 
DATE NUMBER. —s«éDATE- NUMBER LT V 
: whe DESCRIPTION HH DESCRIPTION ak DESCRIPTION a DESCRIPTION tik DESCRIPTION #4 
JAN70 05247-9006 NOv70 05247-9012 sia 02 04 
AUG67 05247-9004 -NOV70 05247-9013 01.02 01 
SEP67 05247-9006 —=NOV70. D os247-9012 Ot 02 06 
JAN7G 05247-9006 _ ee eee 
SEP67 05747-9006 Nov70 05247-9012 01 02 04 


11/08/85 
MODEL 


NUMBER 


5354A 


5355A 


5356A 


5356A-006 


5356A/B. 


53568 


53568-006 


5356¢ 
5358A 


5359A 


536A 


5360A 


“11/08/85- 
MODEL 
NUMBER 


 53S0h 


~ OPER & 
MAN CH 


OPER & 


SERV NC 
5356A~' 
5356B-" 


OPER & 
MAN CHI 


OPER & 


OPER & 
~ MAN CHI 


OPER & 
BAN. CHI 


. SERV NC 


OPER. NC 
OPER NC 
SERV NC 
S5S36A~1( 
S36A~2E 


SERV Mi 


MAT! CHé 
SERV NC 


un 
c 


5360A-1 
. S360A-2 


. ; is RA LAAN 
| ». | 5287M SERV MAN. — SEP67 05247-9006 NOV70 05247-9012 =——-01 02 04 SERV NOT 


11/08/85 7 ae ee ee ee : PAGE 225 41/08/85 
MODEL LITERATURE H/ H/C PART FICHE FICHE PART PD Po MODEL 0 LITE 
NUMBER c TYPE. NUMBER DATE NUMBER LT V NUMBER ee 
ae wee DESCRIPTION *#* DESCRIPTION *** “DESCRIPTION ik DESCRIPTION kkk DESCRIPTION tick . ; 
5247M MAN CHANGE. . JAN70 05247-9006 NOV70 05247-9012. 01:02 04 5250; 5 360A~1 
OPER MAN AUG67 05247-9004 = NOV70 05247-9013 01 02 01 2a6th~2 
| 5247M-01 SERV MAN - SEP67 05247-9006 === NOV70: 05247-9012 01 02 04 5360-4 
: MAN ‘CHANGE JAN70. 05247-9006 2360h-5 
5247M-02 SERV-MAN. SEP67 05247-9006 ~ NOV70: 05247-9012 01 04 S360A-7 
MAN CHANGE JAN70 05247-9006 - 3360A-8 
5247M-03 «SERV MAN _-» SEP67 05247-9006 =: NOV70 05247-9012 01.02 04 . 5360A-11 
ce aes : MAN CHANGE _ JAN70 05247-9006 pce 
: ; : 53638 OPER & SE 
5248b OPER & SERV HAN OCT?1 05248-90014. OcCT77 05248-90015 8L 01 02 05 SERV NOTE 
on MAN CHANGE - AUS? 05248-90014 | BBGSAA 
5248L-002 SPER & SERV MAN OCT71 05248-90014 OCT77 05248-90015 8L 01 02 05 5363A~3B: 
Ee MAN CHANGE = AUG77 05248-96014 ie “Saesarass 
5248L-003. -—»sOPER & SERV MAN OCT71-05248-90014 OCT77 05248-90015 8L 01 02 05 Pe Dee eee Sighs: 
Pete MAN CHANGE AUG77. 05248-90074 53638” OPER & SE 
; : Mi AN 
5248M —s——sésé«<PEER & SERV MAN. OCT71 05248-90014  —- OCT77: 05248-90915 8L 01 02 05 SERV NOTE 
MAN CHANGE AUG77 05248-90016 3363B-1A 
5248M-002 OPER & SERV MAN OCT71 05248-90014 OCT77 05248-90015 8L 01 02 05 CONT'D 
hese “MAN CHANGE AUG77 05248-90014 " 3363A-4/5 
5248M-003. —«s«OPER & SERV MAN OCT71. 05248-90074 OCT77 05248-90015 8. 01 53638-5_ 
“_ MAN CHANGE AUG77 05248-90014 5363B-6 
525A SERV MAN JANS4 00524-9002 FEB80 00524-9006 8L 01 5365 SERV MAN. 
Tone . MAN. CHANGE MAY60 00524-9002 MANE CHANG 
“SERV NOTE SET BELOW MAY78 SERV. MAN 
5248-14 SEP69 10 MHZ_DRIVE~SIGNAL CIRCUIT ADJUSTHNT MAN CHANG 
5S25A~1A - HARMONIC GEN OUTPUT ADJUSTMENT OPER MAN 
" SERV NOTE 
SERV NOTE SET BELOW MAY78 ~ 5365A~18 
5248-14/ SEP69 10 MHZ DRIVE SIGNAL CIRCUIT ADJUSTMNT Jen 
S25R—1A, - REPLACEMENT OF SWITCH S1D 537A _ OPER NOTE 
; 5258-2 i SER 005-02565 THRU. 122-06137.INCR 10 MHZ STANDARD VOLTAGE MODIFICATION Sent NOVE 
OPER & SERV MAN NOV65 00525-9002 MAR? 00525-9004  8L 01 02 01 537A~1B 
SERV NOTE SET BELOW AY78 it : 
S24-14A SEP69 ©. 10 MHZ DRIVE SIONAL CIRCUIT ADJUSTMNT 5370A OPER & SE 
525C-1 | - SER BELOW 121-00866.INCR 10 MHZ DRIVE SIGNAL HAN CHANG 
525C-2 | ; MAY66 HARMONIC GEN ASSY REPLACEMENT x Be ae 
OPER & SERV MAN AUS68. 05251-9002 MAY70 05251-9004 01 02 01 as70h"2 
OPER & SERV MAN JAN74 05252-9010 MAR74 05252-9011 01. 02 02 5370A-4A 
SERV NOTE SET BELOW MAY78 70A-5 
525¢A~1 APR66 SER BELOW 532.REPL TRANS FOR A1Q16/17 5370A~6 
5252a-2 _ JUL66 SER BELOW 532-. PREFERRED REPLACEMENTS 2aC0hve 


S370A=9 


OPER & SERV MAN - AUG74 05253-9017 NOV79 05253-9018  8L.01 02 02 


HLSHAnanEEaar 
SRUTLENEAGAUAERS 
AULEEERREUCHONAD! 


+4 ei 
BURG AERAHERSSERAREEE SUERESEE 


EERE 
anti ett Bikaeennasnane 
bee te EERE 


2™ RE bs = ze : 3 kos a 


SRTEROEE aSREER 
ECEEEEETEEEEEEECEEEEHEEEER HEHE EEE HEHE EEE EE EEE REE EEE ECP Re 
GAEUEVOELOORUOELOTEOPGCEGSLORVOGORVOTOETOET OETA ST ET OTTO Cea T Tae vaREEETERSRRBERYA theta 
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DESCRIPTION #ee 
90029 


AT FRONT PANEL CONN 
NG POWER DON 


os a 
Hi) | re or | 
|| | 
a © 5 Onenn 
rit p8aoeers 
Tee a i | a | 


11/08/85 ; en 
MODEL 0 .. LITERATURE H/C 
Cos TYPE DATE 
5253A "MAN CHANGE --OcT79 
aes MAN CHANGE UK NOV74 
52538 OPER & SERV MAN AuG74 
MAN. CHANGE OCT79 
MAN CHANGE UK NOW74. 
SERV NOTE SET BELOW 
52538-1 < 
| 52548 OPER & SERV MAN FEB74 
MAN CHANGE JAN8O 
SERV NOTE SET BELOW 
5254A-1 APR66 
5254-2 MAY70 
52548 OPER & SERV }.aN FEB74 
MAN CHANGE JAN8O 
5254¢ OPER & SERV MAN FEB74 
MAN: CHANGE. JAN8O 
52558 OPER & SERV MAN NOY73 
MAN CHANGE JANSO 
SERV NOTE SET BELOW 
5255-1 APR66 
5255A-2 - JANT6 
5256A OPER & SERV MAN JAN74 
MAN CHANG SEP80 
SERV NOTE Ser BELOW 
5256A~1 JANT76 
5257A OPER & SERV MAN JANT4 
MAN. CHANGE MAY80 


| 52588 OPER & SER MAN | —-APR72 
MAN CHANSE FEB73 


526A OPER & SERV MAN MAR64 
MAN CHANGE DEC62 


5268 PER & SERV MAN MARG1 
; MAN CHANGE  ———s AUG62 
_ SERV. MAN JANS§ 

MAN CHANGE - MAY60 


326C OPER @ SERV MAN JSAN63 
Lo MAN CHANGE JANGS 
SERV. NOTE: SET BELOW : 
S26C-1A - 
B36c-2 JUNG? 


(| 526D OPER & SERV MAN JULES 


. MAN CHANGE | FES68 


05257-90016 


326A~900 


5268-900 3UN75. 00526-9005 01 02 01 
5268-900 ee cee 
00524-9002 FEB80 00524-9006 8L_ 01 02 05 
00524-9002. 3 ete 


PAGE 226 © 
H/C. PART © FICHE: ‘FICHE PART *¥ = D e 
NUMBER DATE NUMBER Lk V ' 
kkk DESCELPTION *** DESCRIPTION xxx DESCRIPTSON kkk DESCRIPTION kik : DESCRIPTION ake. 
05253-9017 NOV79 05253-9018  8L 01 02 02 
05253-9017 
05253-9017 NOV79. 05253-9018 8L 01 02 02 
05253-9017 
05253-9017 
MAY78 
SER BELOW 543-.ILUS PRTS IDENT 
05254-9020 APR8O 05254-9021 8L 01 02 02 
05254-9020 a 
MA 


MOD TO STOP OSCIL IN AS AFTER REPL ASQ12 - 


WO MIXER DIODE REPL PROCEDURE 

05254-9020 APR80 05254-9021. 8L 01 02-02 
05254-9020 

05254-9020 APR80 05254-9021. 8L 01 02 02 
05254-9020 

05255-9031 APR80 05255-9032  8L 01 02 02 
05255-9031 


MAY78 
SER BELOW 640-00200.MOD IMPR REL & PERFORMANCE 
WN SER BELOW 11724A.REC REPL FOR TRANSISTORS A7A1Q2,4,6,8,10 


05256-9008 DEC30 05256-9009  8L. 01 G2 02 
05256-9008 


MAY7& 
WN SER BELOW 1724A.REC REPL FOR TRANSISTORS ATA1Q2,4,6,8,10 
05257-90016 JUL80. 05257-90017 - 8L 01 02 02 


05258-9008 JUL74 05258-9099 01 02 02 
05258-9008 


526A-900 “JUN71. 00526-9008 07.02 07 


526c-900 —-—s«JUN71. 00528-9007. ——=«01 02 01 
526¢-900 = 
MAY78 


SER BELOW 4313. RESET SI¢ FROM COUNTR 
SER BELOW 005-00917.INPT GRID CIR HOD 


00526-9006 . JUN73 00524-9906 91 02-01. 
00526-9008 = =. Bae oe 
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DESCRIPTION ee 


DC ie goic 
ENT SHORTING CLK 


See 
-MOD TO CORRECT 
LY osc 

NE INGORED 


& BELOW 


90017 ; 
& ABOVE ° 


S26A 


| 5268 


526C - 


“P5260 


11/08/85 
MODEL 


| 5260A 


526A 
5262A 


5263A 
| 5264A 


52654 


“52674 


5268A 
| 52758 


5280A 


5280A-001 


52854 
| 53004 


(NUMBER 


5280a-H02. 


5280A-HO6- 


OPER & SERY AA 
MAN CHANGE 


OPER & SERV MAN 


(MAN CHANGE 


OPER & SERV MAN 
MAN: CHANGE 


~. SERV MAN 


MAN CHANGE 


OPER @ SERV MAN 
MAN. CHANGE 

SERV NOTE SET BELOW 
526C-1A. 


 526c-2 


70 


OPER & SERV MAN 
MAN CHANGE 


LITERATURE 
“TYPE 


OPER & SERV IAN 
MAN. CHANGE 
SERV NOTE SET BELON 


5265A~2 


OPER & SERV MAN 
MAN CHANGE 


OPEK & SERV MAN 
MAN CHANGE 


- OPER & SERV MAN 


OPER & SERV MAN 


» MAN. CHANGE 


MAN CHANGE — 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


OPER &. SERV MAN 
SERV NOTE SET BELOW 
S275a-1A 

5275A-2 


OPER .& SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


‘OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE. 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 

5300A-18 

5300-2 

S3000-3 

5300A~1001 
5300a-4 

5300a-5 


APREE UVIC35"7UUS > AULES& 05258-9009 01 02 O02 
MARGS 5264-900 JUN71 00526-9008 07 02 01 


‘MAR61 5268-900 SUN75. 00526-9005 01 02 01 


FE868 00526-9004 


H/C “H/C. PART FICHE FICHE PART M PDP 


NOV67 05260-9010 OCTB4 U5260-9012 SL 01 02 03 


FE873 05258-9008 


DECé62 526A-900.. 


AUG62 5268-900. . 
JAN54 00524-9002 FEBSO 00524-9006  8L_01 02 05 
MAY60 00525-9002 aes a 


JAN63. 526C-900 JUN71 00526-9007 * 91 02 01 
JAN63. 526C-900 : ao 
MAY78. 


od } SER BELOW 4313. RESET SIG FROM. COUNTR 
JUNG? SER BELOW 005-00917.INPT GRID CIR MOD 


JUL66 00526-9004 JUN71 00526-9006 0102 01 


PAGE E227 


‘DATE NUMBER: “DATE - NUMBER L TVG 
ike DESCRIPTION RK DESCRIPTION aak DESCRIPTION kk DESCRIPTION feo DESCRIPTION * ik 


DEC71. 05260-9010 avre 
-.- WO SER 836A TO 4082A, MOD TO IMPR PHASE LOCK CHARACTERISTICS 
FEB66 PREF REPL FOR C1 
7 REPL.OF CR1 & CR3 


DEC73 05261-9012» NOV75 05267-9013 . 8L 01 02 01 
JUL78 05261-9012 


SEP72 05262-9024 § DEC8O 05262-9025 8L 01 02 02 
SEP80 05262-9024 


MAR66 05263-9001 DEC81 05263-9026 BL 01 14 01 


DEC73: 05264-9009 " JUN75 05264-9010 071 02 02 
MAY74 05264-9009 


SEPS9 05265-9011 FEB71 05265-9012 * 01 02 02 USE 5265A FICHE 05265-9015 
MAY71 05265-9014 FEB79 05265-9015  8L 01 02 62 
JUL78 05265-9014 


MAY71 05267-90008 OCT?7? 05267-90009 8L 61 02 02 
FEB76 05267-90008 


JAN70 05268-99000 | JUN8S 05268-99001 8L 01 33 02 
NOV68 05275-9002 ganas 05275-90009 8t 01 02 03 
MAY 


JSUN67 SER BELOW 402-00315.MOD.TO RED TRANSIENTS CAUSED BY MANUAL RESET. 
JUL66 SER BELOW 504.REPL TRANS FOR A1Q4 IN DISPLAY. CONTROL ASSEMBLY 


SEP69 05280-9006 © APR71 05280-9007 01 02 03 
FEB70 05260-9006 

SEP69 05280-9006 APR71 05280-9007 01 02 03. 
FEB70 05280-9006 
SEP69 05280-9005 APR?1 05280-9007 01 02 03 


~ -FEB70 05280-9006 


SEP69 05280-9006 APR71_ 05280-9007 01.02 03 
FEB70 05280-9006 ; 


DEC69. 05285-9007 AUG81 05285-9008 BL 01 Oc 02 


APR74 65300-90077 _- HARB4 05300-90018 8L 01 02 02 
DEC83 05300-90017 tt 


ae » APR82 = 
JAN76 WN ALL SER.SAFTY.ELIMINATION OF POTENTIAL SHOCK HAZARD 
MAR73 WN SER BELOW 1208A02161.MOD TO. STOP. THERMAL RUNAWAY 
FEB74- 0 ALL SER.MODULES BaD] Ay OZAIOSR/ONA/OGALCTALIOA LIA. HOD 0 engine PROPER SAFTY GROUND 


JUL?7 WN. SER 1724U-05380 & BELOW.RECMD REPL FOR ZENER DIODE — } 


OCT77 WN ALL SERsREC USE OF 10548A TEST CARDS ON 5300A. 


peczé WN ALE SER. REC 10548A DIAG TEST “CARD UPDATE. 


@ DELVE 


0017 
& ABOVE 
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ESCRIPTION wrk 


TIONS 
| DAMAGE. 


NE TIME 
0 PROVIDE. STATIC . 


} ace 


OOD DEVICE (IC) 


‘S280A-H06 


- 5280-001 


52854, 
S300A 


11/08/85 
MODEL 
NUMBER 


5300A 


| 53008 


TAN Line. 


OPER & SERV. MAN 
"MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE : 


OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE 


SERV NOTE SET. ‘BELOW 


3300A-18 


~ S300A-2 


5300A-3 
53004-1001 
5300A-4 
5300a-5 


LITERATURE 
TYPE 


5300-6 


OPER & SERV MAN. 


OPER. & SERV MAN 


_ MAN: CHANGE 
SERV NOTE SET BELOW 


53008-1000 
53008-1 
53008-2 


OPER & SERV MAN 
MAN CHANGE 
MAN CHANGE UK 


MM VUsCOU Fz UU. 


SEP69 
FEB70 


SEP69 
FEB70 


DEC69 


APR74 
DEC83 


JAN76 
MAR73 
FEG74 
JUL?7 
OCT?77 
DEC78 


H/C 


DATE 


nOVS1 
FEB75. 
MAY77 
DEC8&3 


JUL77 


OCT?77 


DEC78 
MAY73 


SERV NOTE SET BELOW . 


5300A~3 
5301A-1 
5301A-U-1 


OPER & SERV MAN 
MAN CHANGE 


SERV: NOTE SET BELOW 


5300A-3 


OPER & aoe MAN 
MAN CHANG 


SERV NOTE SET BELOW 
5300A-3 


5303-1 


OPER. & SERV. MAN 
MAN. CHANGE 
MAN. CHANGE UK 


ene NOTE SET BELOW 


O0A-3 
53038-1 
530382 


OPER & SERV MAN 
MAN CHANGE 
MAN CHANGE UK: 


SERV NOTE SET BELOW 


5S00A-3 
53G4a-U-1000 
5304A-1. 


OPER & SERV MAN 
HAN CHANGE 
OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 


MAN. CHA 


ANGE 
SERV NOTE SET BELOW 
5300A-3 


JSUR79 


APR75 
NOV81 


FEB?4 


JAN72 
OcT72 


FEB74 
ocT72 


JAN76 
DEC83 
JAN77 


FEB74 
JUL75 
AUGBZ 


AUG73 
DEC81 
SEPT7 


FEB74 
FEB76 
FEB77 


~ 0cT74 
“ROV?S: 


AUG76 
JAN83 


OCT75 
SEP82 


FEB74 


05300-90028 


05305-90008 


05280-9005 APR71 05280-9007 —Ss 01 02 03 


05280-9006 | 

5280-9006 APR71_05280-9007 0102 03 
05285-9007 ‘AUGB1 05285-9008 BL 01 Gz 02 
G5300-90017 - HAR84 05300-90018 8L 01 02 Oe 


05300-90017 — fe 
APR . 
WN ALL SER. SAFTY.ELIMINATION OF POTENTIAL SHOCK HAZARD. 


WN SER BELOW 1208A02161.MOD TO STOP THERMAL RUNAWAY . 
80 ALL SER.MODULES Beet a Dene ACEO TARIONT MAG TO ENSURE PROPER SAFTY GROUND 


WN SER 1724U-05386..& BELOW.RECMD REPL. FCR ZENER D 
WN ALL SER.REC USE OF 10548A TEST CARDS ON SSO0A 
WN ALL SER.REC 10548A DIAG TEST CARD UPDATE. : 


H/C PART FICHE FICHE PART M PD E. 
NUMBER DATE NUMBER LT V 
kik DESCRIPTION *%* DESCRIPTION #e* DESCRIPTION kick DESCRIPTION #** DESCRIPTION *e 
WN SER 1940A & BELOW.PREFERRED REPL FOR PWR SH/SANPLE RATE CONTRL 


MAR75 05300-90029* 01 02 ue USE 5300B FECHE 05300-90036 


05300-90035 MAR84 05300-90036 8tl 071 02 0 


05300-90035 


APR79 
WN SER 1707U-02600 & BELOW.RECMD REPL FOR ZENER DIODE 
WN ALL SER.REC USE OF 10548A TEST CARDS ON 55008 
WN ALL. SER«REC. 10548A DIAG TEST CARD UPDATE. 


05301-90006 JUL82 05301-90005 8L 01 02 02 
05301-90006 
05307-90006 


ocTs2 
WO ALL SER,MODULES 5301A/02A/G3B/04A/(;6A/07A/10A/11A.MOD. TO ENSURE PROPER. SAFTY GROUND 
WN SER 1824A04926 TO 1824R05275.REC MOD TO IMPR PERF OF ADDRESSABLE MODE 
WN SER 190201151 T9 1902U01180.MOD TO IMPROVE ADDRESSABLE MODE. 


05302-90009 FEB82 05302-90010 8L 01 02 02 
05302-90009 


ocTs2 | 2 
WO ALL SER,MODULES 5301A/20A/038/04A/06A/07A/10A/11A.MOD. TO ENSURE PROPER SAFTY:° GROUND 


Rees apne OCT84 05303-90014 8L 01 02 02 
05303-90005 sas 
ct 


WO ALL SER, MODULES 5301A/02A/038/04A/06A/07A/10A/11A.MOD TO ENSURE PROPER SAFTY GROUND 
WA SER BELOW 1124A.M0D JO INSTAL. INPUT OVERLOAD PROTECTION 


05303-90015 . .MAY83 05303-90016 81 01 02 02 
05303-90015 
05303-99015 

ocTé2 


WO ALL SER,MODULES 5301A/02A/03B/04A/06A/07A/10A/11A. MOD To ENSURE PROPER SAFTY GROUND 


WN SER BELCY 1444A.PREF REPL FOR DECADE COUNTER 
WN SER 1940 & BELOW.REPL FOR HIGH FREQ BINARY B/N 1820-0735 


05304-90006 FEBS2 05304-90009 8L 01 02 02 
05304-90006 =. 
05304-90006 


JAN79 
WO ALL SER,MODULES 55014/024/038/04A/Q6A/07A/10A/114.NOD. TO ENSURE PROPER SAFTY GROUND 


WO SER GELOW 1323U01150.CIR MOD TO. ATU 
WA SER BELOW 1704A(15241;SER BELOW 1652001490. MOD T0 IMPR PERFORMANCE 


05305-90001 oct 77 05305-90003 8L 01-02 82 
05305-90001 


nara 05505-9009 8L 1 02 02. 
05305-90008 


Dss0g SOON 
05306-90006 


wo ALL SER MODULES $"5501A/024/058/06A/06A/07A/104/11-HOD TO ENSURE PROPER SAFTY GROUND 


- Nova2 05306-90007 BL 01 02 02 


PAGE 228 - 


5400: 
5400: 
5401) 


| 540k 


5401E 
5a01E 


1 S404 
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SCRIPTION, ##k 


60206) WITH SER 


69 


RMONIC GEN ASSY 
SO APPLICABLE TO 


-S305A 


53056 


| 5306a 


MAN CHANGE 
MAN CHANGE. UK 


DEC81 05304-90006 


SEPT? 


SERV NOTE SET BELOW. 


5300A-3 
5304A-U-1000 
5306A-1 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHAN 
SERV NOTE. SET BELOW 
5300A-3 


FEB74 
FEB76 
FEB/7 


ocT?4 
- NOV?5 


AUG76 
JAN83 


ocT?s 
SEP82 


FEB74 


05304-90006 


 S ANGD 
WO ALL SER, MODULES 5301 A/02A/038/04A/06A/07A/10A/14A. MOD TO ENSURE PROPER SAFTY GROUND 
WO SER SeLOW 1323U01150.CIR MOD TO A1U12 
WA SER BELOW 1704a(13241;SER BELOW 1632U01490.M0D TO IMPR PERFORMANCE 


05305-90001 OCT77 05305-90003 SL 01 02 o2 
05305-90001 
05305-90008 © MAY83 05305-90009 8L 01 02 02 
05305-90008 


05306-90006 -—- NOV82 05306-90007 -8L 01 02 02 ae BE sae et a aad 
05306-90006 oe 


~SANZ9 ms ; 3 
WO ALL SER MODULES 5301A/02A/038/04A/06A/07A/10A/17A.MOD TO ENSURE PROPER SAFTY GROUND 


| 5306A 


5307A. 


5308A 


5310A 


red 


| S311A 


53120, 


11/08/85 
MODEL 
NUMBER 


5311B 


S314A 


LITERATURE _ 
TYPE 


5306A-6. 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
300A-3 


S307A-7A 


OPER & tld MAN 
MAN .CHANGE 

SERV NOTE SET BELOW 
5308A-1 

350BAW2 

S308A-3A 

S308A~4A 


OPER & SERV MAN 
MAN CHANGE 
OPER & SERV MAN 
OPER & SERV. MAN 
MAN: CHANGE 


DB 
SenoAte SET BELOW 
F 


5300A- 


» S310A-1 


SERV NOTE SET BELOW 
5300A-3 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
5300a~3 

5311B-3 


OPER -& SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
SS12A~1A 

S312A~2 


~ S3T2AS3A 


5312A~4B 


PER. & SERV MAN 
MAN Chenee 

MAN CHANGE UK 

SERV NOTE SET BELOW 
S314A-1. 


-S3T4A~2 
S3T4A~4 


H/C 
DATE 


SEP73 
SEP73 
DEC?3 
JUN74 
JUL74 

AUG76 
AUG76 


JUN75 
NOV81 


FEB74 
SANT? 


JAN76 
JUN81 


FEB74 


SEP74 
NOV81 


FEB74 
MAR76 


SEP?5 


NOV81 


FEB79 
JUN79 


/AUSE3 


‘WO ALL SER,MODULES Bon ea Tne nae ete  eenoe TO ENSURE PROPER SAFTY GROUND 


WN ALL SER.OPER VERIFIC USING HP85A CONTROLLER 
05314-90001 ~ NOVB3 05314-90002 8L 01 02 02 


PAGE 229 
H/C coat FeCHe “FICHE PART «MPD . 

NUMBER DATE NUMBER LT Vv 
kkk DESCRIPTION *** DESCRIPTION *x* DESCRIPTION bakatad DESCRIPTION RK DESCRIPTION wk 


WD SER BELOW 47248A0U560.AUTO ZERO STAB ; 
WO SER BELOW 1324400160. IMPR OF LINEAR 

WO SER SELOW 1332A00761.M0D TO ENSURE. HIGH SENSITIVI | aa 
WA SER BELOW 1332A01761.HV INSULATOR 

WA SER BELOW T332A.PRINTER OUTPT CORREC 

WO SER BELOW 1332A.MOD TO CORRECT PRINTER OUTPUT 

WO SER BELOW 1548A.MOD TO CORREC READING 


05307-90004 AUG84 05307-90005 81. 01 02 02 
05307-90004. 


APR79 
WO ALL SER,MODULES 5301A/02A/038/04A/06A/07A/10A/11A-MOD TO. ENSURE PROPER SAFTY GROUND 
WN SER 1308.MOD TG INSTALL GRND INPUT OVERLOAD PROTECTION. 


05308-90005 FES82 05308-90006 8L 01 02 02 
05308-90005 . 
APR79 


WN SER BELOW 1440A.MOD TO RED XTALK BETW INPT A & B.ALSO REC REPL OF HI SPEED DECD CNTR 
WA SER SELOW 1524A.HOD TO IMPR ATEN ACUR 

WN SER 1720402951 &. UP. IN-CABINET PERF PROC. UPDATE 

WO SER 1720 & BELOW.REC HOD TO PREVENT SELF=CHK ERRONEOUS DISPLAY. 


05300-90017 “AARB4 05300-90018 8L 01 02 02. 

03300-90017 

05300-90028 ~~ MAR?5 05300-90029* 01 02 02 USE 5310A FICHE 05300-90036 
05300-90035 MAR84 05300-90036 8L 01 02 02 

05300-90055 - 


AY78 
WO. ALL SER, HOQULES Rie aR eR ne nn OLR MOD TO ENSURE PROPER SAFTY GROUND 
WN ALL SER.PRECAUTIONS FOR BATT REPL 


v 


“MAY? : Cee 
WO. ALL SER,MODULES 53074/02A/038/04A/06A/07A/10A/11A.MOD TO ENSURE PROPER. SAFTY GROUND 


05311-90004 FEB82 05311-90005: 8t } 02 02 
05311-90004 
MAY78 


WO SER BELOW 1432A.MOD TO 10V RNGE OUTPT 


05312-90004 FEB82 05312-90005 8L 01 02 02 
05312-90004 
APR83 


WN NEW TRBLSHTG PROC FOR OPER SERV MAN 
WN ALL SER.OPER VERIF USING 9825A CNTRLR 
WN INSTR FOR TRBLSHTG 5312A USING SIG ANALYSIS 


05314-90001 
05314-90001 ; 
AN84 


J 
WN SER 1816.REC MOD OF A1 MAIN BD ASSYS. 
WO SER.1828 & BELOW.NEW A2 POWER SUPPLY ASSY 
aN SER 2016. sd nau IMPR art 001S7EX0) PREF P/N Oe314- S000" 


11/08/ 
MODE 


“8 NUMB 


24200A 


54200A 


| 54200 


S4c1A 


54228 


- S423k- 


MONIC GEN ASSY 
0 APPLICABLE TO 


PAGE 215 


SRIPTION sek 


50 


TPUT CURRENT 
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S312A 


17/08/85 
MODEL 


_. NUMBER 


| 535A 


5315A/8 


5315B 


5315B-006 


5316A 


532A 


| 5328 


5321A 


53218 


5323A 


5325 


5325A-001 | 


| 1108/85 
MANE a 


52218/53 


- OPER-& hy MAN 


MAN CHANG 
SERY Nore SET BELOW 
A 


SS12A-3A 
53124748 


(PER & SERV MAN 
MAN CHANGE 

MAN CHANGE. UK 

SERV NOTE SET BELOW 
3314A~1 


S314A-2 
S3T4A~4 


LITERATURE 
TYPE 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN 


MAN. CHANGE 


SERV NOTE SET BELOW 
5315A/8-1 ¥. 


5315A/8-2 
5315A/8-3 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


INSTALL & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
5316A~1A 

5316A-2 

5316A-38 


OPER NOTE 

OPER & SERV MAN 
SERV NOTE SET BELOW 
S32A~1A 


OPER NOTE 


OPER & SERV MAN 


OPER & SERV MAN 


SERV: NOTE SET BELOW 
5221A/S5321A-1 

S221A/S321A-2A 
S221A/S321A-3A 


OPER & SERV MAN 
MAN CHANGE 
SERV_NOTE SET BELOW 
53218-1 
52218/5321B-2 


OPER & ty MAN 
MAN CHAN 

SERV NOTE. SET BELOW 
5323A-1 

OPER & SERV MAN: . 
MAN CHANGE 


OPER & SERV MAN 


“Lrvrepariiee 


SEP75 05312-90004 | 


- FEBB2 05312-90005 8L 01 02 02 


NOVB1 05312-90004 54200A/ 
APRS ie 

MAR76 WN NEW TRBLSHTG PROC FOR OPER SERV MAN | Séone0 

MAR78 WN ALL SER.OPER VERIF USING 9825A CNTRLR 

JAN81 WN INSTR FOR TRBLSHTG 5312A USING SIG ANALYSIS. fe 

DEC&2 WN ALL SER. OPER VERIFIC USING HP85A_ CONTROLLER ; S471. 

‘SEP78 05314-90001 - NOV83 05314-90002 8L 01 02 02 eee 

AUGB3 05314-90001 | i 

Juna1 05314-90001 54%, 


FEB79 WN SER 1816.REC MOD. OF A1 MAIN BD tea 


JUN79 WO SER 1828 & BELOW.NEW A2 POWER SUPPLY 
BUGES WN SER 2076.M0D TO IMPR OPT O01 CTCXO)PREF PN 05314-60004 


“H/C H/C PART FICHE . FICHE pant MP y 3 ; 
BATE NUMBER DATE . NUMBE! LT 
wee DESCRIPTION *** DESCRIPTION wkk DESCRIPTION eit DESCRIPTION thick DESCRIPTION wkk 
SEP78 05315-90001 . . SEP79 05315~90003* 8L 01°02 03:-USE 5315A FICHE 05315-90015. 
JUL79 05315-96014 SEP81. 05315-90015* 8L 01 02 02 USE 5315A FICHE 05315-90022 
AUG81. 05315-90021 OCT85 05315-90022 8L 01 02 03 
JUN85. 05315-90021 


|AR8O 

APR8O WN ALL SER.REPL P/N FOR YELLOW LED: DISPLAYS 

MAY80 WO ALL SER.MOD TO IMPROVE ELEC CONN ON A5 TRIANG SUPP ASSYS 

SEP78 05315-90001 SEP79 05315-90003" 8L 01 O02 03.USE 53158 FICHE 05315-90015 
JUL79. 05315-90074 SEP81 05315-90015* 8L 01 02 ue USE 53158 FICHE 05315-90022 
AUG81. 05315-90021 ‘OCT85 05315-90022. 8L 01 C2 0 

JUN85. 05315-90021 % 

NOV79 05315-90011 JUN85 05315-90017. 8L 01 02.01 


ocT80 
WO SER 1832A, 1824A,.1812A.MRC CHIP REPL PROC 
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MAR85 05315-90011 


MAY81 05316-90001 
JUL85 05316-90001 


APR83 
APR&2 WO ALL SER.TRBLSHTNG INSTRUCT TO FIND CHANNEL C RELAY PROBLEMS 
SEPSi WO SER 1924A THRU 2052A.MOD TO PREVENT INTERMITTENT E1 ERRORS NOT CAUSED BY MICROCOMP 
DEC82 WN ALL SER.HP-IB VERIF PROG USING HP 85A CONTROLLER 


JUL69 00532-90012 oct70 00532-90013« 01 04 01 USE 532A FICHE 00352-90017 
OcT80 00532-90016 eet 00532-90017 8 91 04.41 
MAY 


OCT85 05316-90002 8t 01 O02 03 


5427A 


AUG66 = ALL: SER.STOP GEAR REPLACEMENT 
JUL69 00532-90012 0CT70 00532-90013* 01 04 01 USE 5328 FICHE 00352-90017 
OCT89 00532-90016 DEC80 00532-90017 8L 01 04 01 
JUL71 05221-9015 BEeza 05221-9016. 8L 01 02 02 
“APR? 
=F WN MOD TO RED AMPLFR BANDWIDTH 
--OCT72° WN ALL SER. 1MHZ CHRYSTAL TIME BASE (OPT 003). INSTAL PROC FOR 5221A & 5S321A. 
“ APR71 05221-9014 OCT84 05221-9017 BL 01 02 02 
JUL73 05221-9014 
APR?79 
- WN MOD TO ENSURE ACCUR FRE@ MEAS BELOW 100 KHZ 
MAR71 WN SER BELOW O980A.MOD FOR COMPATIBILITY WITH 5055A DIGITAL REEORDER 
~ NOV69 05323-90005 AUG77 05323-90006 8L 01 02 03 
SEP76 05323-90005 sWeeD S430A 
APR72 WO SER BELOW. 11444. REPL FOR CRYSTAL OSCILLATOR ASSEMBLY 543004. 
JUL?3 05325-90013 ocT?? 03325-90014 8L 01.02.03 
~ FEB75 05325-90013 ~ S431A 


JUL?73 05325-90013 “oct77 05325-90014 8L 01 02 03 


ee Pe eam 


PAGE 231 


bir ve Raptr. oO Cree = etal nant ar ce Ke 


PAGE 216 


IPTION *ix 


PAGE 217 


ae ee ee, 


| 5323, 


S325A. 


5325a-001 


14/08/85 
MODEL. 


NUMBER 


5325-001 


- 5325A/8 : 


53258 


53258-001 


| §326/5327 


11/08/85 
MODEL : 


NUMBER 


ee a a or a ae 


MAN. CHANGE 


_ SERV NOTE SET BELOW 


52218/53218=1 
52218/5321B-2 


OPER & SERV MAN 


MAN CHAN 


SERV NOTE SET BELOW 
S323A~1 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


LITERATURE 
TYPE 


“MAN. CHANGE 
SERV NOTE SET BELOW 


S325A/8 


» S525A/B~2 


OPER & SERV MAN 
MAN. CHANGE 


OPER. & SERV MAN 
MAN. CHANGE 


SERV NOTE SET BELOW 


5326/5327-2 
CONT'D 


5326A/8/C/ 
5327A/B/C-3 


5327A/B/C-8 
5326A/B/C/ 
Poet ee 


ONT'D 
53268 /53278-10 
5327B-11 


OPER & SERV MAN 


0 
ft i 


OPER & SERV MAN 
MAN CHANGE 

MAN CHANGE UK 
OPER & SERV MAN 


- OPER & SERV MAN 


MAN CHANGE 
MAN. CHANGE. UK 
OPER & SERV MAN 


OPER & SERV MAN. 


MAN CHANGE 
MAN CHANGE UK 


OPER & SERV MAN. 


OPER & SERV MAN 
MAN CHANGE 
MAN CHANGE UK 


OPER & SERV MAN 
MAN. CHANGE 


LITERATURE 
TYPE 


‘MAR 2 05326-90026 OCT?74 05326-90031* 01 02 


= MAY80: 05326-90043 


H/C H/C PART FICHE FICHE PART MP DP 


oO INATE: NEMRED nate... MiMeeD aes 


ww ele ee Vw ret Wwe tl #uwit Vk wi Ve Ve 


JUL73. 05221-9014 


APR79 
~_. WN MOD TO ENSURE ACCUR FREQ MEAS BELOW 100. KHZ 
MAR?71. WN SER BELOW 0980A.MOD FOR COMPATIBILITY WITH 5055A DIGITAL RECORDER 


NOV69 05323-90005 -nuG77 05323-90006 BL 01 02 03 
SEP76 05323-90005 


UL80 
APR72 40 SER BELOW 11484. REPL FOR CRYSTAL OSCILLATOR ASSEMBLY — 


JUL73. 05325-90013 ocT77 05325-90014 8L 01.02 03 
FEB75. 05325-90013 


JUL73 05325-90013 -OcT77 05325-90014 BL 01 02 03 


: PAGE 231 
H/C H/C. PART FICHE FICHE PART M PD E 

DATE. NUMBER DATE NUMBER LTV : 
eke DESCRIPTION ***x DESCRIPTION *** DESCRIPTION ike DESCRIPTION iiek DESCRIPTION. ik 


FEB75 05325-90013 OCT?7 05325-90014 BL 01 02 03 

JULBO 
APR72 WO SER BELOW 1112A.REC REPL FOR CRYSTAL OSCILLATOR ASSEMBLY 
DEC72 WO TWO REV TO CNTR DISPLAY BOARD 


JUL73 05325-90013 OCT7? 05325-90014 .8L 01 02 03 
FEB75. 05325-90013 


JUL73 05325-90013 
FEB75 05325-90013 


OCT?7 05325-90014 8L 01 02 03 


ocTs2 

APR72 WO 5327A SER BELOW 1120A.5327B SER BELOW 1174CA.5327C SER BELOW 1144A.MOD TO STOP 
550 MHZ INPT OVRLD.SUPER 5326/5327-1 

DEC72 WO ALL SER.SERV TIP TO RED NOISE ON SIG INPTS & MARKER OUTPT FROM NEON TRIGGER LAMPS 


JUL76 ALL SER.MOD TO STOP Q1.& Q2 FAILURES 

JUL73 ALL SER.FIELD INSTAL OF OPT 011. 

JUL73 ALL SER.FIELD INSTAL OF OPT 010 

JUL73 ALL SER.OPT ADD OF FUSE TO PROTECT +175V POWER SUPPLY 
MAY74 ALL SER.DSPLY TUBE DRIVER WARNING 


JSUL74 5326A SER 1312A01906 TO 1312A05980,5326B SER 1312A02141 TO 1312A03015,5326C SER 
1312A00451 TO 1312A00675,5327A SER 1312A00396. TO 1312A00590,5327B 1312A00546 TO 
1312A00945,5327C SER 1312A00546 TO 1312A00895.ADD PROTEC TO STOP +175V FSE FRM BLW 

MAR8O WN ALL SER.REV IN-CABINET PREF CHECK 

JUN82 WN ALL SER.PREF REPL FOR HIGH FREQ BINARY IC A18U4 (P/N 1820-0736) 


MAR72 05326-90026 OCT74 05326-90031* 01 02 04 USE 5326A FICHE 05326-90040 
SEP73 05326-90035 JUL80 05326-90040 8L 01 02 04 FOR SERIAL PFXES 1116A & ABOVE 
MAY80 05326-90035 ; 
SEP76 05326-90035 

JUN72 05326-90030 FE885 05326-90045. 8L 01 02 03 FOR SERIAL PFXES 10444 & BELOW 


FEB75 05326-90043 JULEO 05326-90044 8b 01 02.04 FOR SERIAL PFXES 1128A & ABOVE 
MAY80 05325-90043 
DEC76 05326-90043 

JUN72 05326-90030 FEB85 05326-90045 8L 01 02 


JUN74 05326-90038 SEP77 05326-90039 8L 01. 02 
OCT76 05326-90038 ‘ 
DEC?A 05326-90038 


FOR SERIAL: PFXES 1124A. & BELOW 


4 USE 5327A FICHE 05326-90040 
pee 05326-90035 JUL80 05326-90040 81010204 ete 


“MAY80. 05326-90035: . 
~ SEP76 05326-90035 


FEB75 05326-90043 


~ JUL8O 05326-90044 8L 01 02 


PAGE 232 


11/08/85 
MODEL 


| 54304 


14/08/85 
MODEL 
NUMBER 


54315 


SA32A 
5440 
SAS0A 


S4420A~6¢ 


ee ee ee ee BINS he RY CUS SRM VISE TUT Ok UI Ve Ve TUR SDERZAL Prato (144A & BELLU > S&A40A 
5326C OPER & SERV MAN JUN74 05326-90038 SEP77. 05326-90039 8L 01 02 03 
MAN CHANGE OCT76 05326-90038 a a 
MAN CHANGE UK — DEC7S 05326-90038 
53278 OPER & SERV MAN MAR72 05326-90026 OCT74 05326-90031* 01 02 04 USE 5327A FICHE 05326-90040 
; OPER & SERV MAN SEP73 05326-90035 JUL8O 05326-90040 8L 01 02 04 S4440A-64( 
MAN CHANGE _MAY80 05326-90035 
MAN CHANGE UK SEP76 05326-90035 54451C - 
53278 _ OPER & SERV MAN FEB75 05326-90043 JUL8O 05326-90044 8L 01 02 04 — 
MAN. CHANGE MAY80 05326-90043 544700 


PAGE 232 


11/08/85 
MODEL 


PAGE 217 Se ie: 11/08/85 
ven, LITERATURE H/C H/e APART FICHE FICHE PART M P- D B MODEL 
ce NUMBER c TYPE DATE MBER DATE NUMBER LT NUMBER 
PTION dink a ick DESCREPTION kkk DESCRIPTION *k* DESCRIPTION ad DESCRIPTION wie DESCRIPTION wie Se, 
53278 MAN CHANGE UK DEC76 05326-90043 JUL80 05326-90044 8L 01 02 04 54470A 
5327¢ OPER & SERV MAN JUN74 05326-90038 SEP77 05326-90039 8L 01 O2 03 both 
MAN CHANGE  OCT76 05326-90038 ee 
: MAN CHANGE UK. DEC7S. 05326-90038 54470A~670 
5328A USERS MAN APR75 05328-90002 JUL75 05328-90010* 8L 01 02 02 USE 5328A FICHE 05328-90018 545k 
SERV MAN APR76. 05328-90011 NOV78 05328-90012* 8L 01 02 O3 USE 5328A FICHE 05328-90077 
USERS. MAN AUG76 05328-90017 OCT?7 05328-90018* SL 01 02 02 USE 5328A FICHE 05328-90077 . 
OPER & SERV MAN APR79 05328-90076 MAY84 05328-90077 8L 01 02 04 
MAN CHANGE FEBB4 05328-90076 5450 
MAN CHANGE: UK JAN82 05328-90076 
ADDENDUM TO 0/S MAN JUL79 05328-90078 APR8O 05328-90079 8L 01 02 01 
SUBSYS MAN NOV76 09571-93011 FE877 09571-93012 8L 01 09 01 
SERV NOTE SET BELOW JUL85 
5328A~1 NOV75 WO SER BELOW 1548.MOD TO STOP LOSS OF DSPLYD READING WITH SAMPLE RATE IN HOLD 
5328a-2 NOV75 WO SER BELOW 1548.mMOD TO STOP EXTRA COUNTS IN START CLOCK "PHANTOM FUNCTION" 5450A 
at 5328A-3 FEB77 WA MOD TO STO? ANNUNCIATOR LGHTING PROB 
5328A-4 - FEB77 WA SER BELOW 1704A02560.SPURIOUS OSCIL IN ARM LINES 
ALS 5328A-U-4 JUN77 WA SER 1706U-00190 & BELOW.MOD TO PREVENT SPURIOUS OSCILLATION IN ARM LINES 
mee 5328A-5A NOV77 WO INSTAL PROC: OPT 041 PROG MODULE 
5223A-6 OCT77 WN ALL SER.REV OF MULTIPLIER PERF TEST FOR OPT 040,041 
5328A-7 OCT7? WN ALL SER.DELAY CHECK FOR OPT 049 5451 
5328A-8 OCT7? WN ALL SER WITH OPT 040,041.REV OF ADJ OF A14 MULTIPLIER & NOISE GEN 
5328A~9A FEB78 WN SER BELOW 1728A05785 (STD) & SER BELOW 1744A05710 COPT 096).A2 PWR SUPLY ADJ 5451-240 
5328A-16 OCT77 WN ALL SER.MOD TO IMPR COMPATIBILTY OF A16 DISPLAY ASSYS 
532BA~11 NOV77 WO OPT 010 OVEN OSC SER BELOW 1728A03235; SER BELOW 1719U.PREF REPL FOR A3CS 5451-241 
5328a-12 NOV?7 WN OPT O14 HP-IB ALL SER.MISSING DECIMAL PT IN 5328A OPT 011 OUTPUT 
5328A~-15 NOV77 WA OPT 041 PROG INPUT MODULE & OPT 096 {5S328AF) ALL SER.REV OF DAC ADJ PROC 5451-242 
5328-14 JAN78 WN OPT 041 PROG INPUT MODULE ALL SER. REV OF IN-CAB PERF CHECK ; 
5328A-15 DEC77 WN SER 1804A05786 & UP STD; SER 1804A05861 & UP OPT 096.NEW A2 PWR SUPPLY ASSY 5451-243 
5328A-U-15A AUG78 WN SER 1818U-00761 & UP.REC REPL FOR A2 PRR SUPPLY ASSY 
R PANEL ASSY 5328A-16 FEB78 WN OPT 096 ALL SER.REV OF IN-CAB PERF CHECK 5451-244 
PANEL ASSY 5328A-17 MAR78 WN ALL SER OPT 011. REC HP~IB VERIF USING 9825A 
Y 5328A-18 MAR78 WN STD,OPT 040, 041 ALL SER.OPER VERDE | 5451-245 
5328A-198 JUL79 WA SER 1816 & BELOW.MOD TO IMPROVE TIGGER LEVEL SETTINGS. 
5328A-20 AUS78 WN ALL SER.REC PROC FOR PERF TEST-5328A 5451-246 
5328A~21 JUL78 WN ALL SER.REC PROC FOR ADJ FOR S328A 
5328A-22A JUL79 WN SERIES 1624 & 1632.SIGNATURE ANALYSIS TRBLSHTG PROC FOR OPT 011. 5451-247 
5328A-23 DEC78 WO SER 1828-08626,08733,08743,08742,09052.REC IMPR TO A3 OSC SUPPORT ASSY. 
ey 5328A~24 JUN79 WN ALL SER.REV OF A12 AMP ASSY SENSITIVITY-OFFSET ADJ PROC. 5451-290 
ASSIS 5328A-258 MARSO WN SER 1952413473 OR 1948U02430 & BELOW.MOD TO IMPROVE DAC SETTLING TIME FOR OPT 041 
5328A-26 FEB80 WO SER 1936013173 OR 194802280 & BELOW.MOD TO CORRECT INTERFACE PROB WITH THE HP 845A 5451-291 
5328A-27A _ APR83 WN SER 1944413473 & BELOW.HOW TO RETROFIT NEW A15 HP-IB ASSY (05328-60043) | 5451-292 
5328A-28A ~JANS1 WN ALL SER.REV OF FREQ RESP & SENS RERF TESTS & OP VERIF FOR CHANNEL C (OPTS 030 & 031) 
5328A-29A JANS1 WN ALL SER.REV OF CHANNEL C SENSITIVITY PERF TESTS 5451-293 
5328A-30 JAN81 WN OPT O30 SER 2016 & BELOW;H99 SER 2017 & BELOW.PREF REPL FOR ASU9 DUAL COMPARATOR 
5328A-31  DEC8O WG OPT 041 SER 2004 & BELOW;H99 SER 2017 & BELOW.NEW A12 AMP SHIELDED-RELAY (K4) TO 5451-294 
CONT'D PREVENT MAG INTERACTION WITH TWO ADJ REED RELAYS K3 & K5 B 
_5328A~32 APR81 WN ALL SER.XREF TABLE SHOWING A1U37 OPT ROMS TO CHANNEL C “OPTS 5451-295 
5328A-33C. ~ DEC82 WN ALL SER.HP-IB VERIF PROG USING HP 85A CONTROLLER ‘eae, 
5328A-34C DEC82 WN ALi SER.HP-I8 VERIF.PROG USING HP 85A CONTROLLER 5451-450 
5328a-35 NOV81 WN ALL SER OPT 021 PERF TEST UPDATE fe 
5328A-36 JUN83 WN LIST OF OBS SERVICE NOTES 5451-451 


‘PAGE’ 218 71/08/85 © : ae : eu d eee CE ok oe BR -PAGE 233 11/08/85. 

ee cE MODEL a!) LITERATURE. H/C» H/C. PART ‘FICHE. FICHE. PART: MP DP MODEL.’ 

woe - NUMBER. Ceres “TYPE... DATE NUMBER DATE ER = LT VG NUMBER 
TION wee Ses Ss hates ang ; ; kkk DESCRIPTION *&&* DESCRIPTION eke DESCRIPTION xex nESreieTiaN: ick NEROTOTSnu kak 


PAGE 218 — 


FION ¥x% 


\TA RECORDS . 


PAGE 219 | 


TION wie 


41/08/85 
‘MODEL. - 
NUMBER 


_5328A 


5328A-C96 
5328A-H42 


S328A-H99 


5328A~010 


| 5328a-011 


5328A-020 


5328A-021 


5328A-030 


5328A-031 


5328a-040 


5328-041 


41/08/85 
MODEL 


0 
Cc 


~5328A~31 


CONT'D 
5328A~32_ 
5328A-33C 
5328A-34C 
5328A-35 
5328A-36 


LITERATURE 
TYPE 


5328A-378.. 
5328A-38 


» DS2BAT39 


5328A-40 


» S328A~41 | 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN. CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


USERS MAN 
USERS MAN 


USERS MAN 
USERS. MAN 
INSTALL & SERV MAN 
INSTALL & SERV MAN 
MAN CHANGE 


USERS MAN 
USERS MAN 
INSTALL & SERV MAN 
MAN: CHANGE 


USERS MAN 

USERS MAN 

INSTALL & SERV MAN 
INSTALL & SERV MAN 
MAN CHANGE 


- USERS naa 


USERS. MAN 


_ INSTALL & SERV MAN 


MAN CHANGE 
MAN CHANGE UK 


INSTALL pony MAN 


‘MAN CHAN 
‘MAN CHANGE UK 
USERS MAN 


USERS MAN 
USERS 
INSTALL SERV MAN 


‘MAN CHANGE 


MAN CHANGE UK 
INSTALL & SERV MAN 
USERS MAN 


LITERATURE 
“TYPE. 


H/C 
DATE 


APR8A WA ALL SER.MGD TO CORREC INTERM MISCOUNT 


SESS ee 


WN SER 194AA13473 & BELOW. HOW TO RETROFIT NEW A15 HP-IB ASSY (05328-60043) 
WN ALL SER.REV OF FREQ RESP & SENS RERF TESTS & OP VERIF FOR CHANNEL C (OPTS 030 & 037) 


|) WN ALL SER.REV OF CHANNEL C. SENSITIVITY PERF TESTS 


WN. OPT 030 SER 2016 & BELOW;H99 SER 2017 & BELOW.PREF REPL FOR A8U9 DUAL COMPARATOR 

‘WG OPT 041 SER 2004 & BELOW;H99 SER 2017 &- BELOW.NEW A12 AMP SHIELDED=RELAY (K4) TO 
PREVENT MAG. INTERACTION WITH TWO ADJ REED RELAYS K3.& K5 

WN ALL SER.XREF TABLE SHOWING A1U37 OPT ROMS TO. CHANNEL C OPTS 

WN ALL SER.HP-I8 VERIF PROG USING HP 85A CONTROLLER 

WN ALL SER HP-18 VERIF.PROG USING HP 85A CONTROLLER 

WN ALL-SER OPT 021 PERF TEST UPDATE 

WN LIST OF OBS SERVICE NOTES 


H/C. PART 


NUMBER 


FICHE 
DA 


ee PART MOP OD P. 


PAGE 233 


TE BER tL T VG 
wkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION ick 


SEP83 WN: SER 2304A & BELOW. (STD & H99 COUNTERS) .MOD. TO. PREV INTERM GATE LIGHT INDICATION 
MAR84 WN SER 2138A THRU 2402A.REPL CHNL-C SCHMITT AMPLF (ON ASSY 05328-60045) 

WA ALL SER.MOD TO PREV INSTR OSCIL AROUND 710 MHZ WHEN REPL 1836-0372 PRE-AMPS 

WA 5328A: ALL SER;5328AH99: 2424 & BELOW.MOD TO TURN OFF FAN IN STANDBY MODE 


OcT84 


~ DECR4. 
- SEP78 


DEC78 


JUN78 
DEC78& 


JUN80 


05328-90059 


05328-90069 


05328-90055 
05328-90055 


05328-90082 
05328-90101 
05328-90101 


05328-90002 
05328-90017 


05328-90002 
05328-90017 
05328-90019 
05328-90093 
05328-90093 


05328-90002 
05328-90017 


A 05328-90027 


05328-95027 


' 05328-90002 


05328-90017 
05328-90021 
05328-90095 
05328-90095 


05328-90002 
5328-90017 
05328-90023 
05328-90023 
05328-90023 


05328-90015 


05328-90017 


05328-90002 


05328-90017 
05328-90025 
05328-90025 
05328-90025 


05328-90013 


05328-90017 


we PART 


“FICHE 


FEB79 05328-90070 
FEB79. 05328-90056 


FE884 05328-90083* 
OCT85 05328-90102 


JUL75 03328-90010* 
OCT77 05328-9001 8* 


JUL75 95328-90010* 
OCT7? 05328-90018* 
SEP82 05328-90020* 
SEP84 05328-90094 


JUL75 05328-90010* 
OCT77 05328-9001 8* 
JUL82 05328-90028 


JUL75 05328-90010* 
OcT?7? 05328-90018* 
MAY82 05328-90022* 
SEP84. 05328-90096 


JUL75 05328-90010* 


OCT?? 05328-90018* 
FEB84 05328-90024 


MAY83 05328-90016 


OCT7? 05328-90018* 


JUL75 05328-90010* 


OCT77 05328-90018* 
MAY83 05328-90026 


~ JAN78 05328-90014* 
OCT77 05328-90018* 


8L 01 
8L 01 


8L 01 
BL 01 


8t. 01 
8t 01 


8L 01 
8. 01 


8L 01 


8L 01 
BL 01 
8L 

BL 01 


aL 04 
BL 01 


02 


02 


03 


03 


FICHE sa MPD P a. 


USE 5328A-H99 FICHE 05328-90102 


USE 5328A FICHE 05328-90018 
USE 5328A FICHE 05328-90077 


USE 5328A FICHE 05328-90018 
USE 5328A FICHE 05328-90077 
USE 5328A-011 FICHE 05328-90094 


USE 5328A FICHE 05328-90018 
USE 5328A FICHE 05328-90077 


USE 5328A FICHE 05328-90018 
USE 5328A FICHE 05328-90077 
USE 5328A-020 FICHE 05328-90096 


USE 5328A FICHE 05328-90018 . 
USE 53284 FICHE 05328-90077 


USE 5328A. FICHE 05328-90077 


USE 5328A FICHE 05328-90018 


USE 5328A FICHE 05328-90077 


USE 5328A-041 FICHE 05328-90060 
USE 5328A FICHE 05328-90077 | 


NUMBER » DATE... NUMB LT Vv 
ee DESCRIPTION ' eke: DESCRIPTION wkk DESCRIPTION tek DESCRIPTION kkk DESCRIPTION eck 


41/08/85 
MODEL 


_ PAGE 254 | 


5451-292 
| 5451-293 
5451-296. 
| 5451-295 
5451-450 
5451-451 


NUMBER 


SA514 


5451A OPTS 
5451A-074 
5451-080 
5451A-081 


| S451 A225 


5451A-250 


5451-251 


5451A-252 | 
5451A/B 


"11/08/85 — 
| MODEL 
NUMBER 


5328-041 


PAGE 219 11/08/85 
MODEL 


oe NUMBER 
ON iobk Sana 


| 53Z8A-041 
5328-098 
5328AF/096 
| 5328AF/098 
INSTALL 


LO LINE Vv. nee 
53288 


PAGE 220 11/08/85 
aes NUMGER 
IN ike be een 
“}: S335A. 


5328A-040 ~ 


 5328AH99-098 


TV VNANVe. UN 


USERS MAN 
USERS MAN 


USERS 


INSTALL : on MAN 


MAN C 
MAN CHANGE UK 


INSTALL & SERV MAN 


. USERS MAN 


LITERATURE 
TYPE 


INSTALL Q “SERV MAN 


MAN CHANG. 


OPER INSTRUCT 


OPER & SERV MAN 
OPER & SERV MAN 


“MAN CHANGE 


OPER & SERV MAN 


OPER & SERV MAN 
MAN. CHANGE 


OPER & rtd MAN 


_ MAN CHANG 
SERV NOTE. SET BELOW 


53288-1 
5328B-2 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER .& SERV MAN 


MAN CHANGE 
“SERV MAN 


MAN: CHANGE 
OPER & PROG MAN 


Sy NOTE SET BELOW 


5334A~1 
5334A~2 
5334A-3 
S334A-4& 


OPER & SERV. MAN 
OPER: MAN 

OPER AN 

MAN C 


323350A~1 
aaeALs 


LITERATURE 
<. TYPE 


 S335a-4 


CHAN 
SERV NOTE: SET BELOW 


ADPABOYU VUIIEO FU IS 
AUG76. 05328-90017 
APR75: 05328-90002 
AUG76 05328-90017 


FEB77 05328-90025 


ocT82 05328-90025 


~ AUGB1 05328-90025 


- AUG76 05328-90013 
AUG76 05328-90017 


H/C --H/C PART 


DATE NUMBER 


MAR78 05328-90059 
FEB84 05328-90059 


AUG80 05328-90087 


JUN77 05328-90038 
JUN78 05328-90061 
FEB79 05328-90061 


SEP78 05328-90067 


Auc80 05328-90085 
OCT84 05328-90085 


FE885 05328-90108 
MAR85 05328-90108 


OcT?77 05328-90018* &t 01 02 02 HSE 3328A FICHE 05328-90077 


JUL75 05328-90010* BL 01 02 02 USE 5328 FICHE 05328-90018 
OCT77 05328-90018 8L 01 02 02 USE 5328A FICHE 05328-90077 


MAY83 05328-90026 


8 01 02 02 


JAN78 05328-90014* 8L 01 02 02 USE 5328A-041 FICHE 05328-90060 


FICHE 
DATE 


FICHE PART 
NU 

SEPB4 05328-90060 

SEP80 05328-90088 

NOV78 05328-90039* 

JUN79 05328-90062 


FEB79 05328-90068* 
DEC84 05328-90086 


AUG&5 05328-90109 


-OCT77 05328-90018* 8L 01 02 02 USE 5328A FICHE 03328-90077 


PAGE 234 


M PDP 


MBER L T.V.G 
kkk. DESCRIPTION *** DESCRIPTION *** DESCRIPTION *eK DESCRIPTION & whe DESCRIPTION kk 


8L 01 02 02 

BL 01 02 01 

BL 01 02 04 USE 5328AF/096 FICHE 05328-90062 
BL 01 02 03 Eaters 


BL 01 02 02 USE 5328AH99-098 FICHE 05328-90086 
BL 01 02 02 


8L 01-0205 


JULES 
OCT84 WA ALL SERsMOD TO PREV. INSTR OSCIL AROUND 710 MHZ WHEN REPL 1836-0372 PRE-AMPS 
DEC84 WA SER 2424 & BELOW.MOD TO TURN OFF FAN IN STANDBY MODE 


JUL73 05330-90011 
OCT73 05330-90011 


JUL73 05330-90011 
OCT?3. 05330-90011 


SEP68 05331-90004 
DEC73 05331-0004 


SEP68 05331-90005 
DEC73 05331-90004 


SEP68 05331-90004 
DEC?73 05331-90004 


SEP68 05331~90004 
DEC73. 05331-90004 


MAR&5 05334-90004 
MAR8S 04334-90004 
MAY85 05334-90016 


JAN74 05330-90012 
JAN74 05330-90012 
JUN75 05331-90006 
JUN75 05331-90006 
JUN75 05331-90006 
JUN?5 05331-90006 


AUG85 05334-90005 
nite 05334-90017 


01 02 03 


01 02 03 


01 02 03 


03 


Q3 


03 


8L 01 02 04 
8L 01 02 02 


JAN8 
MAY84 WA SER 2245A00391 & BELOW.HP-IB EPROM MOD TO INSURE I/0 CLEAR 
MAY84 WA. SER 2245A00326 & BELOW WITH OPT O20.MEAS EPROM UPDATE FOR CORREC pve READING 


JUL84 WO SER 2350A00491 & 


AUG84 05334-90011 


APR80. 05335-90001 
MAR83 05355-90021 


APR85 05335-90021 © 


NOV84 05334-90012 


NOV80 05335-90017* 
OCT85 05335-90022 


. JUL84 WO SER 2350A & BELOW.MOD TO NEUTRILIZE FALSE PEAK DETECT 
BELOW.SOLUTION TO FRT PAN MEMORY RECALL. PROB 


8L 01 02 02 


8L 01 02 pe USE FICHE 05335-90022 
8L le 02.0 


CT84 
MAR81 WN ALL SER. 53354, HP-TB VERIF PROG (REV B) USING 9B25A CONTROLLER 


H/C H/C PART 
DATE NUMBER 


FICHE 
DATE 


“FICHE, PART 
NUMB' 


DEC80 WN ALL SER.HOW TO USE SERV AID BD (05335-60013) 


- PAGE 235 
M POD 4 : 


T ER tot Vv 
Ree DESCRIPTION ak DESCRIPTION kkk DESCRIPTION ReK ‘DESCRIPTION xkk DESCRIPTION *** 


“MARS1 WN. ALL SER. PROG “INPUT AMP: ADL PROCS (OPT 040) 


: | 11/08/85 
MODEL 


NUMBER 


54518 


5451B MODAL 


54518 OPTS — 


| 545168 
5A51Bake 


5451B-MADIU 
54518-020 

| 54518-021 

. 54518022 
54518-023 
-54518-060 
54518-061 
54518-074 
4518-110 
5451B-157 
5451B-226 
54518-227 
5451B-228 


| 54518-250 


49/08/85 
“MODEL 
NUMBER 


eee a eee Fe See New Viedwis PW FRE FM MevA! ALVALR FAV : S42 18°16 


‘S334R ——=s«*OPER & SERL MAN = AUGB4_05334-90011 NOVBA 05334-90012 BL 01 02 02 | : | | 54518-226 


5335A “OPER MAN '- APR8O 05335-90001 NOV8O 05335-90017* 8L 01 02 He USE FICHE 05335-90022 : 5451B-227 
oe OPER renee MAR83. 05335-90021  OCTBS 05355-90022 8L 01 02.0. eae oa 
MAN CHAN APR85 05335-90021 ; oe 54518-2286 
SERV NOTE Set BELOW OCT84 iA mS 
5335A MAR81.WN ALL SER.5335A HP-I8 VERIF PROG (REV_B) USING 9825A CONTROLLER 7 : poe 
Pre a DEC80._ WN ALL SERsHOW TO USE SERV AID BD (05335°60013) 54518-250. 


PAGE 220. | ~~—«|s«1108/85- . fh PAGE 235 
MODEL 


11/08/85 
0 LITERATURE H/C. H/C PART FICHE . FICHE PART M PD P MODEL, 0 
NUMBER Cc TYPE DATE NUMBER DATE NUMBER L TT VG NUMBER c 
N. dieie . i ice : : xkk DESCRIPTION *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION kkk DESCRIPTION kik 
S335A 5335A74 MAR81 WN ALL SER.PROG INPUT AMP ADJ PROCS (OPT 040) : 
; S335A-SA NOV81 WN ALL SER.MOD TO PREVENT INPUT BUFFER AMP FAILURES 54518-251 
5335A~6A » SEP81 WO ALL SER.REV OF Al PUR SUPPLY ADJS 
5335A~7B  APR82 WN ALL: SER.HP-IB VERIF PROG USING HP 85A° CONTROLLER 54518252 
5335A-8 : SEP81 WN ALL SER.KEY CAP P/N REPL eer 4d 
5335A~9 : _: NOV81 WN ALL SER PERF TEST FOR 5335A & ALL OPT 54518-270 
5335A-10A MAY&2 WO ALL SER.MOD TO ENHANCE INTERPOLATOR PERF : 
S335A7N1A., JUL82 WA ALL. SER.MOD TO PREVENT FRONT PANEL LOCKUP ; ; 
~ 5335a-12 MAY82 WA SER 2120 & ABOVE.ADJ. PROC FOR A6 REAR PANEL ASSY P/N 05335-61006 5451B=271 
5335A~13 MAY82 WO SER 2120 & BELOW.MOD TO COMAT OF A3 (P/N 05335-6003) .WITH A2 (P/N 05335-6002) ; 
S335A714 MAY82 WN ALL SER.FIELD INSTI. PROC FOR GeT 040 5451B-272 
5335A~15. .. SEP82 WA SER. 2224 & BELOW.MOD TO IMPR PERF OF X10 ATTEN CIR OPT 040 
5335A~16. JUN83. WN LIST OF OBS SERVICE NOTES ~5451B-273 
5335A-17 AUG83 WN ALL SER.REPL FRT END SCHMITT AMPi.F : 
5S335A718 MAY84 WO ALL: SER.INSTAL FIRMWARE (ROM) REV 1-1 |. 54518274 
“5335A-040 » TEMP OP/SVC ADDEND AUG81 05335-90020 MAY83 05335~90021* 8L 01 02 O02 USE 5335A FICHE 05335-90022 54518-300 
5340A OPER & SERV MAN SEP75. 05340-90021 JUN85 05340-90022 8L.01 02 05 
, MAN CHANGE APR85 05340-90021 54518+310 
SERV NOTE SET BELOW ocTss 
5340A-1 APR73 WA SER BELOW 1252A00269.MOD TO ELIM OSCILLATION ON [:%=Z INPUT ; ic 
S34CA~2 JUN73 WA SER BELOW 1320A00450.MOD TO IMPR CHASSIS VIGRATION STABILITY 54518-320 
5340A-3 JUL73 WN ALL SER.OPT CO3 REMOTE PROG TROUBLESHOOTING & CHECKOUT AID ey 
S340A~4 APR73 WO ALL SER.MIXER ASSY.ALL CALIB AFTER A11U1 REPLACEMENT ; ; 
5340A-5 SEP73 WN ALL SER.REC REPL FOR IC 1820-0753 IS 1820-1179 a 54518-350.. 
5340A~6 JAN74 WO ALL SER.ADJ TO CORREC INTERMIT DSPLY OF ALL ZEROS OR PROLONGED ACQUISITION TIME KITH. © oer : 
‘CONT'D HIGH LEVEL (O DBM) 6 TO 11 6HZ INPT SIGNAL 
5340A-7 FEB74 WO ALL SER.A2S DSPLY ASSY DECODER/DRIVERS TO BE REPL 8Y SELECTED INTEGRATER CIR ONLY 
5340A-8 FEB77 WN ALL SER.USING A LOGIC STATE ANALYZER FOR 5340A ASM TRBLSHTG 
5S3A0A-9A. FEB80 WO SER BELOW 1644804200 LINE FSE CHNG FOR IMPR TRANSFORMER PROTECTION 
5340a~10 MAY77 WN SER 1644404300 & UP. THERM SWTCH CHNG 
-S340A~11 OCT?77 WN HP-I8 VERIF PROG FOR S34(0A OPT 011 5451B-400 
5340A-12 MAY79 WO ALL SER.A1 & A2 PREAMP TRELSHTG IMFO. 
S340A-13A NOV79 WO SER 1936A & BELOW.REC REPL FOR A17 DIRECT COUNT AMP 
5S340A~14A AUG80 WO SER 2008A06050 & BELOW. CONV TO LED DZ6 DISPLAY 5451B-401 
5340A-15 MAY80 WO SER 2088 & asOVE.TEST PROC TO VERIFY -DBM SENS, 18GHZ TO 23GHZ AT ROOM TEMP 
5340A-17 NOV80 WN ALL SER. INSTRUCT FOR REPL A1 PREAMP ASSY 54518-4092 
5340A-18 NOV80 WN ALL SER. INSTRUCT FOR REPL A2 PREAMP ASSY : 
~ 5340A~19 FEB81 WN SER PFX 2112A & ABOVE.INSTR FOR PERF SJ 5 & 6. (RE VCO 1 AND BCO 2 OUTPUTS) 
5340a-20 JUL81 WO SER 2116 & BELOW.MOD TO PREVENT RANDOM GATING FLAW (40 GHZ INDICATED FOR A LOWER 
CONT'D FREQ SIGNAL INPUT) 5451B-403 
5340A~21A APR85. WN ALL SER.OPT 006 MICROWAVE LIMITER RETRCFIT 
5340A~006 OPER & SERV MAN AUG81 05340-90031 0CT81 05340-90032 8L 01 42 01 5451B-420 
S341A OPER Ve SERV MAN JUL77 05341-90005 JUL80 05341-90006 81 01 02 04 54518-450 
MAN CHANGE APR80 05341-90005 
SERV. NOTE SET BELOW JULB2 
S341A=2 DEC76 WO ALL SER.REV OF ADJ PROC FOR AS IF BRD & AS PRESCALER BRD. SUPER. 5347A~1 
5341 a-3 . APR76 WN ALL SER.EXPLAN OF 5341A APPLICATION PROB UNDER HI. INPT SIGNAL LEVELS 
S341A~4 DEC76 WO SER BELOW 1632A00410.MOD TO ADDRESS ANLTCHES ON 5341A WITH HP-IB OPT COPT 11) 
5341-5. ; MAY79 WO ALL SER.PREF. REPL PART -FOR ASSY. A4. 
S341 A-6 © MAR&2 WN ALL SER.74LS REPL PN FOR 74L SER TTL ICS 
AGE 227, = Jes 41/08/85 =. fe ee : - PAGE 236 99708 /85 
Sees MODEL 0 CETERA TURE AIC H/C. PART FICHE. FICHE PART 2.0 PD p foal ; . : : MODEL 0 
; ob NUMBER Cre. “TYPE DATE... NUMBER DATE NUMBER Lot Vv os] NUMBER OC 
pike : ee : : : tek DESCRIPTION wk DESCRIPTION ik DESCRIPTION ik DESCRIPTION ikke DESCRIPTION + wkke : : Sy oy 
| S34cA°. OPER ‘SERV MAN FEB79 05342-90013 OcT8s. 05342-90014 aL ML 02 06 ee ee oe “15 4518-450 
oe _ MAN CHANGE _, SUNSS 05342-90013 ne 2 EE ae ae. 


-° GERRY NOTE. SET Rein fine 


41/08/85 
MODEL 
- NUMBER 


| SBAZA 


| 5342a-H14 


S342A-H16 


14/08/85 
MODEL 
NUMBER 


-| 53420006 


| S348 


0 
c 


MAN CHANGE 


SERV NOTE ‘SET SELOW 
“S341 A-2 


3341- 
5S341A-6 


LITERATURE 
TYPE 


OPER & BeeY MAN 
MAN CHAN 


SERV NOTES SET BELOW 
342A-1 pea 


5342-108 


CONTD 
5342A-118 
5 342A=12 
5342-13 
5362A-14 
5342A-15 
5342A-16 
5342A-17 
5342-18 
5342-19 


S342A-25 
5342A-26 
5342A-27 
5342A-28 
S342A~29 
5342A-30 
5342A-31 


5342A~43 


OPER INFO 
MAN. CHANGE 


- MAN: SUPP 


SUPP TO OP&SERV MAN 
MAN. CHANGE 


LITERATURE 
TYPE 


OPER & SERV MAN 


OPER & SESY MAN 


MAN. CHANGE 


APR80 05341-90005 tie j 

7 
DEC76 WO ALL SER-REV OF ADJ PROC FOR AS IF BRD & AS PRESCALER BRD.SUPER S341A-1 

APR76 WN ALL SER-EXPLAN OF 5341A APPLICATION PROB UNDER HI INPT SIGNAL LEVELS 
DEC?6 WO SER BELOW 1632A00410.MOD TO ADDRESS SWITCHES ON 5341A WITH HP-I8 OPT (OPT 11) 
MAY79 WO ALL SER-PREF REPL PART FOR ASSY A4. 

MAR82 WN ALL SER.74LS REPL PN FOR 74L SER TTL I¢s 


ane : | PAGE 236 11/08/85 
H/C H/C: PART FICHE FICHE aa M POD R ; ; MODEL 0 
DATE: NUMBER D NUMB i NUMBER Cc 


ATE tL. TV 
tek DESCRIPTION ake DESCRIPTION wae DESCRIPTION iahatad DESCRIPTION 4 wrk + DESCRIPTION tik 


FEB79 05342-90013 OC T85 05342-90014 8L 01 02 06 ope peo 
JUN85 05342-90013 OSE Besa Seale 
: JULES : + 54518-4541 


ALL SER.HP-IB PROG NOTES ; foie 

SER BELOW 1720A00225.ADD OF DE-BOUNCE CAP TO A2 DISPLAY DRIVER 

ALL SER.PROC FOR SELECTING A3R15 Ss a 5451B-452 
ALL SER.PROC FOR SEL A3R16 &.€10 oe ; as 
ALL SER.PROC FOR SEL AQR16 


SER 1804A00226 & UP.PREF REPL FOR A14 R 

SER BELOW 1720A00225.INCR FILTERING OF REV SUPPLY ON STD OSC . ; 
SER 1812 & BELOW.REC PROC TO CORRECT FALSE FREQ READOUT. 5451B-620.. 
SER PRIOR TO 2020 & SER.2020 & ABOVE WITH OPT O002.REC PROC FOR REPL LO FREQ INPUT 
FU 


| 5451B-640 
ALL SER.REC PROC FOR REPL GROUND FINGERS ON ASSYS A4, AS, A 
ALL SER.INFO TO AID IN TRBLSHTNG ASA AS, Ab, AT AB, AB, ATi AT2¢AT3,A14, 25 N26 ASSYS 5451B-670 
ALL SER.MOD TO PREVENT TALK ONLY PROBLEM ; 
ALL SER.INFO TO AID IN TRBLSHTNG & REPAIR OF A26 SAMPLER DRIVER ASSY : 
ALL SER.MOD TO CHECK FOR A15 HP-18 SRQ@ JUMPER IN THE EVENT OF NO RESPONSE TO SRQ@ 5451B-720 


SER BELOW 1720A00225.ADD OF ats CAP TO FLICKERING DISPLAY SEGS Pe fer 5451B-453_ 


ALL SER.PWR SUPPLY ADJ PROCEDURES 

IF TRELSHTNG INFO 

ALL. SER SEFORE 191¢6.PREF REPL FOR POWER SUPPLY SAPS C6 & C9 

MOD TO ADD GROUND CONN TO EFC LINE TO IMPROVE STABILITY ON OPT 001 UNITS 


SER AFTER PFX 2020.ADD OF FUSED BNC LOW FREQ INPUT CONN FOR INSTRUMENT PROTECTION 54518-730 - 


SER BELOW 1828.REC METHOD TO REDUCE IF NOISE ON INSTR WITH OPT 004 (DAC OPT) 
SER 2014 & ABOVE.OPT 005 TEST & TRBLSHTNG PROC 
SER 2024 & BELOW.MOD TO. INSTALL GUARD PLATE TO reoreey CABLES 
SER. 2020 & BELOW.MOD TO CORRECT MISCOUNTING ABOVE 6GH 
INSTRUCT FOR INSTALL AMP MSMT OPT OO2 <RETROFIT KIT 05342-60200) 
INSTALL OF EXT DYNAMIC RANGE OPT 003 RETROFIT KIT PN 05342-60201 54518-740 
INSTALL TO DIGITAL-TO-ANALOG CONV (DAC) OPT.004 RETROFIT KIT PN 05342-60202 
ALL SER.IMPR OPT 002 TRELSHTNG PROC ALLOYS ANALOG LOOP CHECKOUT 1 5451B/5477A 
SER 1720.& BELOW.MOD TO IMPR OPER AT HI AMBIENT TEMP 
ALL SER.OPT 006 MICROWAVE LIMITER RETROFIT on 5451C 
ALL SER.HP-I8 VERIF PROG USING HP 85A CONTROLLER 
SER PFX BEFORE 2125A FOR LINE ee & VAR UPGRADE;ALL SER BEFORE 2142A05041. FOR. PWR 
XSISTOR UPGRADE.PWR SUPPLY REL IMPR 
SER 1808A00525 & BELOW. REC REPL ee a8 AMPLITUDE OPT BD (05342-60016) 
ALL SER.FRONT PANEL REPL. PARTS & PRO 

2207A & BELOW.ADD CAPAC REQUIR WHEN CHANG IC..A3U5 dy 1820-0982 

2104A04095 & BELOW.REPL FOR A10U6 DIVIDE-BY-N ASSEM 

Seabee ne & BELOW.A18 TIME BASE BUFFER & A21 PWR SUPPLY ASSEMB COMP 

2228A & BELOW.RESIST REQ WHEN CHANG A10U2 

22444 & BELOW.MOD REQUIR WHEN CHANG A13U1/U2 

2317A07386 THRU 2317A07905.MOD TO PREV HIGH FREQ MISCOUNT 

2440409236 & BELOW.MOD TO PREV HIGH FREQ MISCOUNT . 

242808916 TO 2440A9306.REC IC REPL TO PREV MISCOUNTS- 


05342-90032 AUGS4 05342-90033 8L 01 02 01 
05342-90032 
05342-90034 JUL84 05342-90035 8L 01 02 01 


DEC&1 05342-90039 NOV83 05342-90040 8L 01 02 01 
JUL83 05342-90039 


os | | . | PAGE 237 11/08/85. 
H/C H/C PART FICHE FICHE PART M P. D E gst aa ae 2h MODEL 
DATE. NUMBER DATE NUMBER LT st NUMBER 

hick DESCRIPTION atk DESCRIPTION Balale "DESCRIPTION tk DESCRIPTION ake "DESCRIPTION WR ES 
AUS81 05342-90037 OCTB1 05342-90038 8L 01 02 01. ar SO a lL gasqe: 


-APR8O 05343-90007 OCT8S 05343-90008. 8L 01 02 05 
JUN85. 05343-90007 . ON dan dae OP a ee ee Oe SS 


ro ee ee eee 


eet ae Te Pr UNUM E OU 


MAN CHANGE JUL81 05342-90032 


MAN SUPP MAY81 05342-90036 © JUL84 05342-90035 BL 01 02 01. 
S342A-H16 SUPP. OP&SERV MAN DEC81 05342-90039 -- NOV3. 05342-90040 BL 01 02 01 
a ‘MAN. CHANGE ~ JULB3. 05342-90039 : ae: 


17/08/85 Jee! oe es PAGE 237 | 14/08/85 
MODEL 0 LITERATURE H/c H/C PART | FICHE FICHE PART MP p Pp MODEL oO 
NUMBER Cc TYPE DATE. NUMBER DATE NUMBE ee g NUMBER C. 
Se eh kik DESCRIPTION *#% DESCRIPTION sik DESCRIPTION wee DESCRIPTION *** DESCRIPTION #ee 
53420-0006 OPER & SERV MAN AU681 05342-90037 OCT81 05342-90038 8L 01 02 01 5451¢ PO! 
SE} 
5343A OPER & SED! MAN APR8O._ 05343-90007 OCT85 05343-90008 8L 01 02 05 54! 
MAN CHANGE JUN85 05343-90007 54 
SERV NOTE SET BELOW JUL8S 54! 
- S343a-1 ~ MAY8Q WO SER 2024 & BELOW.MOD TO INSTALL GUARD PLATE TO PROTECT CABLES 54: 
5343A-3 NOV8Q WO SER 2108A & BELOW.METHOD TO CURE MISCOUNTING ON INSTR WITH OPT 004 (DAC OPT) | 54! 
5343-4 MAY80 WO SER 2020 & BELOW.MOD TO CORRECT MISCOUNTING ABOVE 6GHZ 54 
 B343A-5 MAY80 WO SER 1936A & BELOW.MOD TO CORRECT MISCOUNT ABOVE 26GHZ 54 
5343A-6 FEB8O WO ALL SER.MOD TO ADD JUMPER TO U15 ON A16 ASSY TO IMPROVE RAM READ/WRITE PERF . 54 
—S343A~-7— JUN8O0 WO ALL SER.PROC TO CORRECT MISCOUNTS BETWEEN 24-26.5GHZ . 
- 5343A-8 NOV8O WO SER 2026 & BELOW.MOD PROC TO CORRECT MISCOUNT BETWEEN 18 & 26.5, GHz 5451¢-350 IN! 
5343A-9 NOV8O WO SER 2026 & BELOW.MOD TO IMPROVE OPER AT HI AMBIENT TEMPS ; OPI 
T743q-10 AUG81 WN ALL SER.OPT 006 MICROWAVE LIMITER RETROFIT IN! 
Sos BA-11A JANS2 WN ALL SER.HP-IB VERIF PROG USING HP 5A CONTROLLER MAI 
5343A~12 AUGS82 WN ALL SER.FRONT PANEL REPL PARTS & PROC OPI 
5343A-13 | AUGS82 WO SER 2207A & BELOW.ADD CAPAC REQUIR WHEN CHANG Ic A3US PN 1820-0982 MAI 
[ON 5343a-14 . AUG82 WO SER 2104400335 & BELOW.REPL FOR A1CU6 DIVIDE-BY-N ASSEM 
: S343A-15 AUG@2 WA SER 2204A & BELOW.ROM CHANGE CORREC MISCOUNTS & LIMIT ERRORS IN MANUAL MODE 5451C-402 «COPE 
5343A~16 SEP82 WO SER 2228A & BELOW.RESIST REG WHEN CHANGE -A10U2 IN! 
5343A-17 SEP82 WO SER 2232A00845 & BELOW.A18 TIME BASE BUFFER & A21 PWR SUPPLY ASSY COMP OP! 
5343A-18 DEC82 WO SER 2244A & BELGW.MOD REQUIR WHEN CHANG A13U1/U2 MAI 
S343A-19A APRB4 WO SER 2317A07386 THRU 2317A07905.MOD TO PREV HIGH FREQ MISCOUNT SUF 
5343A-20A MARBS WO SER 2424A01674.MOD TO PREV HIGH FREQ MISCOUNT SUI 
. 5343A-21 JAN85 WN SER 2428A1736 TO 2440A1956.REC IC REPL TO PREV MISCOUNTS IN! 
5343-006 OPER & SERV MAN AUG81 05343-90011 OCT81 05343-90012 8L 01 02 01 5451C-403. IN 
yates. oo TINE 
53448 OPER & SERV MAN SEP83 05344-90009 OCT85 05344-90010 8L 01 02 05 . 
MAN CHANGE _JUL85 05344-90009 54510-6406 «INS 
SERV NOTE SET BELOW JAN83 ; 
5344S~1 SEP82 WA SER LIST IN TEXT BD CHANGE CORREC REMOT COMMAND BEING IGNORE AFTER LOCAL LOCKOUT 5451¢-450 “SOl 
INS 
5345A USERS HANDBOOK JANDO 05345-90015 SEP74 05345-90016 01 02 01 IN! 
OPER & SERV HAN FEB77 05345-90025 OCT85 05345-90026 8L 01 02 06 SOI 
MAN CHA MAY8S 05345-90025 
- SERV NOTE. SET BELOW oci8s 54510~454 IN! 
5345A-1 JAN7S WO SER 1428 & DOWN-INPT AMPLFR FAILURES IN! 
cHz: 5345a-2 APR75S WO SER 1428 & UP.INPT AMPLFR FAILURES 
53450-3 DEC75 WO SER BELOW 1528.INPT AMPLFR SWTCH FAIL 5452 SEI 
5345a-4 .. MAY75 WO SER BELOW 1616A/0PT 012 GBRD.MOD TO IMPROVE PERFORMANCE Bas 
5345k-5 “MAY77)~— ALL -SER.AIR FILTER REMOVAL 54 
 5345A-6 JUL77 WN AJ MAINGATE ASSY.TBLSHTG PROCEDURE 
5345A-7 JUL?7 WN A11 SCALER ASSY.TBLSNTG PROCEDURE 5452A sys 
5345a-8 JUL77 WN A10 GATE CONTROL ASSY.TBSHTG PROCD ae oo Sys 
5345A-98 ~ §ANB1 WN REC HP-IB VERIF PROG, OPT 11. MAR 
5345A-10A DEC79 WO SER BELOW 1708.RES CHANGES TO A& INPUT TRIGGER ASSY (05345-60004) OPE 
5345a-11 MAR78 WO ALL SER.MOD TO A7 LINEAR REG ASSY (05345-60007) TO IMPR +15 V SUPPLY. a 
5345A-12B JAN81 WN REC HP=IB VERIF PROG OPT 011 -SA53A OPE 
5345a-13 MAY78 WN ALL SER.CLARIFICATION OF SPEC EXTENDER BD COMPATIBILITY WITH 5345A COUNTERS 
 5345a-14 MAY79 WA ALL SER.ELIM OF SHORTING BETWEEN CIRC BDS & 8D SOCKETS. 5453A-100 
~ 5B45a-15, ~ JUN79 WO SER 1920A & BELOW.MOD TO IMPROVE MECH INTERCONNECTION WITH PLUG-INS. ; 
: 5345A~16A MAY80 WO A13 BDS WITH SERIES 1820 & 1912.MOD TO PREVENT MISCOUNT ON REG CLK LINE. ’ 
5345A-17 -MARBT HN ALL SER. SUMMARY OF AZ & A4 ASSY U1 AND U2 CHANGES, RP NOS, & BIAS ADJ 


5345A-18 SEP81 WN ALL SER.ROM P/N CHANGES 


11/08/85 ache PAGE 238 11/08/85 
MODEL 0 LITERATURE © H/C H/C PART. ©. FICHE. FICHE PART M E dD c : MODEL 0. 
NUMBER c “TYPE DATE NUMBER DATE NUMB Lb V NUMP=R Cc 
oe oe eEK DESCRIPTION ake DESCRIPTION ie DESCRIPTION ik DESCRIPTION kk. DESCRIPTION kk Pics eee 
“SS345A 0 SBASAMI9A: _JANB2 WN ALL. SER.HP=1B VERIF PROG FOR 53454 OPT 011. Aoeandes 2 ae 2 SAMOA. OPEI 
5345A-20A ~~ JANS2. WN ALL SER.HP-IB-VERIF PROG FOR 5345A OPT O12 . oe fsb ee a OPER 
: 5345A-21 28 SEP87 WO ALL SER.HP~IB MOD FOR. OPT 012 COMPAT WITH re 10001, SERIES. COMPUTERS eee eae Ee Be MAN 
S345a-22 - FEBB2 WO. ALL OPT &-SER PREF.MOD TO IMPROVE INPUT SENS eee ae SER\ 


S345A-23 oo MARS4& WACALL. SERCOPT 012) NOD TO. jALLOW COUNTER T TO. RESPOND PROPERLY 10 SERIAL POLL. é : oe S461 


i f Loy 4 As -MADRA 1A CED 34 2740NFERN Tua 392 pea oe Cs " ao” 


41/08/85 
MODEL 
NUMBER 


“S345A 


5345a-011 
5345A-012 
5350A 


S351A 


5352A 
S353A 


‘| 53564 


 AWRRESS 
NOMEER 


5354A 


SS545A-14 
S345Aa~15 
SS45A~16A 
S345A-17 
5345A~18 


0 LETERATURE | 
Coy ee TYPE 


5345A-19A 


5345A-28 
 5345A-29 | 
"CONT'D 
5345-30 © 
CONT'D 
- S345A-31 
‘B345A~32 
5345A-33. 
5345A-34 
5345A-35 
5345A~36 


OPER NOTE 
OP & SERV MAN SUPP. 


OPER & PROG MAN 
MAN. CHANGE 

SERV MAN 

MAN. CHANGE 
OPER & PROG MAN 


OPER & PROG HAN 
MAN. CHANGE 

SERV. MAN 

MAN CHANGE 

OPER & PROG MAN 


OPER & PROG MAN 


USERS HANDBOOK 
OPER & cee MAN 
MAN CHANG 

SERV NOTE SET BELOW 
S5353A~1 


USERS HANDBOOK 

OPER & SERV MAN 
MAN. CHANGE 

AODENDUM TO 0/S MAN 
SERV NOTE SET BELOW 
S354A-1 

S354A~-2 

5354A73 


eg LITERATURE 
¢ TYPE 


CONT'D 


5354A-9.. 


“MAY?? WA ALL SER.ELIM OF SHORTING BETWEEN CIRC. 8DS & 8D SOCKET 5453A~100 SUP| 
JUN79 WO SER 1920A:-& GELOW.MOD TO IMPROVE MECH TNTERCONNECTION WITH PLUG-INS. a | 

MAY80 WO A135 BDS WITH SERIES 1820 & 1912.MOD TO. PREVENT MISCOUNT ON REG CLK LINE. oan 

MAR81 WN ALL SER.SUMMARY OF AS & A4& ASSY a AND U2 eee RP ee & BIAS ADJ 

SEP81_ WN ALL SER.ROM P/N CHANGES 


PAGE 238 


11/08/85 
"MODEL 


WIC H/C PART FICHE FICHE PART MP DP ae 
DATE NUMBER DATE NUMBER LT VG) NUMBER Oc 
kek DESCRIPTION ##* DESCRIPTION #** DESCRIPTION *t% DESCRIPTION *tt DESCRIPTION pee 
JAN82 WN ALL SER-HP~IB VERIF PROG FOR 5345A OPT 011 ‘| S46. OPER 
JANS2 WH ALL SER.HP-IB VERIF PROG FOR S345A OPT O12 OPER 
SEP87 WO ALL SER.HP=IB MOD FOR OPT 012 COMPAT WITH HP 1000L SERIES COMPUTERS MAN 
FEB82 WO ALL OPT & SER PREF.MOD TO IMPROVE INPUT SENSI SERV 
MAR84 WA ALL SERCOPT 612).MOD TO ALLOW COUNTER TO RESPOND PROPERLY TO SERIAL POLL SAGA: 
MAR&A WA SER 2134A07500 THRU 2346A10040.4OD TO PREV MISOUNT PROBLEM WHEN USED WITH 5355A ee 546A: 
“MARS4 WO ALL SER.MOD TO ELIM TEMP SENSI INPUT AMPLF ce 
FEBSS HN SER 2242410310 © BELOW. INSTRUC TO RETROFIT A STANDARD 5345) TO OPT O12CORIGNAL S460k SERV 
RSION FR : " 
FEB8S WN SER 2242410311 & ABOVE.INSTRUC TO RETROFIT A STANDARD S345A TO OPT O12CNEW. VERSION SERV 
ER 5480) 
FEBS WN SER 2420A10310 & BELOW.INSTRUC TO UPDATE FRT END FOR OPT 012 5460) 
-FEB85 WN SER 2420410310 & BELOW.INSTRUC,TO UPDATE FRT END FOR EITHER STANDARD S345A OR CON 
5345A OPT O1100RIGINAL VERSION FRT END ae 
FEB8S WN SER 2420410510 & BELOW.INSTRUC TO RETROFIT STANDARD 5345A OPT 012 & TO UPDATE FRT SA66A SERV 
ND CIR Song : j 
MARBS WA SER 2420 & BELOW.MOD FOR OPT O11 COMPUTER DUMP MODE COMPAT WITH SERIES 200 COMPUTERS : 54511 
MARBS. WA SER 2420 & BELOW.MOD FOR OPT 012 COMPUTER DUMP MODE COMPAT WITH SERIES 200 COMPUTERS 546 
MARS WA ALL SER.MOD TO ALLEVIATE CROSSTALK FROM CHNL A TO CHNL B 5466) 
MAR8S WN ALL SER.USE 10 MHZ FILTER TO PREV MISCOUNT DUE TO SYNTHESIZED GEN 5471 
MAR8S WN ALL SER.HOW TO PREV MISCOUNTS IN T1 AND RATIO MODES — 
MARS WN SER 2420A10311 & ABOVE.INCORREC ARTWORK ON REV A OF A2O FT/TER ASSY (05345-60130) ~ S46BA OPER 
FEB74 05345-90011. APR74 05345-90012 —=01: 02.01 SERV 
| AN 
JANOO 05345-90022 —«-SEP75 05345-90023 SL 01 02 01 USE 5345A FICHE 05345-90026 ae ort 
. a ure 
FEBSS 05350-90001 AUG8S 05350-90002 8L 01 02 03 tan OPER 
MARSS 05350-90001 HAN 
FEB85 05350-90010 AUG8S 05350-90011 BL 01 02 05 ae, 
MARBS 05350-90040 : S470A SOFT 
APR85 05350-90012 _ JUL85 05350-90013 8L 01 02 03 " SERV 
FEB8S 05350-90001  AuG8S 05350-90002 8L 01 02.03 MAN 
MAR8S 05350-90001 : . 
FEBBS 05350-90010 --AUGRS 05350-90011 @L 01 02 05 5470A-001 SERV 
MAR85 05350-90010 ae MAN 
APR85 05350-90012  JULBS 05350-90013 8L 01 02 03 HAN 
APR8S 05350-90012 -JUL8S 05350-90013 8L 01 02 03 SA70A-003 SERV 
~ JANOO 05345-90015 SEP74 05345-90016 —«01.: 02. 01 a 


MAY74 05353-90002 MAY78 05353-90003 8L 01 02 02 
APR78 05353-90002 


JANZ9 
“JUL78 WN REC HP-IB VERIF PROG x 


JANOO 65345-90015 SEP74& 05345-90016 01 02 01 
OcT75 05354-90006 AUG84 05354-90007 8L.01 02 03 
FEB83 95354-90006 

FEB76 05354-90008 APR8O 05354-90009 ‘8L 01 02 01 


APR83 
-NOV7S WA SER 1332A00051 TO. 1332A00068.MANDATORY TEST POINT FOR ADJ OF SCHMITT TRIG Assy (A15) 
MAY74 WA SER BELOW 1404A00125.CAP CHNG TO STOP.-FALSE LOCKING WHEN MEAS. 1.5GHZ TO°2.0 GHZ. . 
JUN74 WA SER BELOW 1404A400125.COMPON CHNG TO STOP ERRATIC COUNTS WHEN IN MAN CW & MANUAL OR 


54708 


a : es Besa a ; 11/08/85 

H/C H/C: PART FICHE FICHE PART M PD P vet EB MODEL 0 
DATE NUMBER DATE -NUMBER: LT VG oe de NUMBER Cc 
“Wke DESCRIPTION ‘kkk DESCRIPTION *e* ‘DESCRIPTION * eke DESCRIPTION ke DESCRIPTION eK 


AUTO-PRF. MODES OF OPERATION 


~ MAY75 WO ALL SER.0S354-60003 (A3) SCHMITT TRIGGER FAILURE ee ie aeet OES a sagsen oe OS SERV, 


OCT76 WO ALL SER.A12 RAM FAILURES oS ee re tee ARAM Seppe 
JUL78 WN REC HP-IB VERIF PROG OPT O11 ae pe tee se ae Rote "tans gies fee nee ee 
NOVS2 WN ALL SER.IMPR ADJ PROC ee eee ee eo - S477 SERV 


OCT78 WN ALL SER.COMPATIBILITY & REPAIR. ‘INFO. ae ee S : ee AS S451E 
MARB2 WN ALL SER.74LS REPL PN FOR 74L SER TTL ICS ae ee eeu Be 


ae! &. a io VW 

cy NOV74 WA SER 1332AQ0051 TO 1332AQ0068.MANDATORY TEST POINT FOR ADJ OF SCHMITT TRIG ASSY, (415) | 
5S354A-2 = MAY74 WA SER BELOW 1404A00125.CAP. CHNG TO STOP FALSE LOCKING WHEN MEAS. 1.56HZ TO 2.0. GHZ 

5354-3 JUN7& WA SER BELOW 1404A00125.COMPON CHNG TO STOP ERRATIC COUNTS WHEN IN MAN CW Te MANUAL OR 


11/08/85 oe . PAGE. 239 . * 41/08785 
MODEL LITERATURE . «H/C. —-sH/C PART FICHE FICHE PART M~ F D f 2 MODEL. Ook 
NUMBER = -C TYPE | ATE NUMBER DATE © “NUMBER t Ve oe oe NUMBER -C 
pe "wie DESCRIPTION ##% DESCRIPTION *4* DESCRIPTION werk DESCRIPTION kk DESCRIPTION tok. 
5354A : { AUTO-PRF. MODES OF OPERATION ; 
; WO ALL SER.05354-60003 (A3). SCHMITT. TRIGGER FAILURE 5475 SERV N 
WO ALL SER.A12 RAM FAILURES : . 5475~1 
WN REC HP-IB VERIF PROG OPT 011 Bop Paes 
WN ALL SER. IMPR ADJ PROC me gent ce ee S477. SERV N 
: 78 WN ALL, SER.COMPATIBILITY & REPAIR INFO. ; ecg ae 5451B- 
5354A-9. MARS2 WN ALL SER. 74LS.REPL PN FOR 74L SER TTL ICS Bees 
: ee eo SN BAPTA “SERVM 
“OPER & SERV MAN DEC8O 05355-90013 OCT85 05355-90014 8L 01 02 05 ee ; ~ SERV M 
MAN CHANGE MAY85 05355-90013 me oo SERVOM 
SERV. NOTE SET BELOW JAN82 SERV # 
. S355A~1 SEP81 WO SER 2016 & BEFORE.CORRECT MISCOUNTING BY ATTEN OUTPUT A14 VCO.SER 2020 & LATER. PROC “SERV M 
CONT'D TO ADJ A14 VCO OUTPUT LEVEL AFTER A14 SERVICING gee pes See ie 
: he ; dal Bh 2 SAIBA oS SERVEM 
5356A .—.- «OPER _& SERV MAN DEC80 05355-90013 MAY84 05355-90014. 8L 01 02.05 . See eee ee eee ward oS MANE SU 
rae: MAN CHANGE. MAR84 05355-90013 me ; 

a : WAPRE op 54783 SERV M 
5356A-005 ‘OPER & SERV MAN © AUG81 05355+90016 0CT81 05355-90017 8L 01 02 01 ee dee : BANU 
5356A/B . SERV NOTE SET ‘BELOW JAN82 : eet 5466A~ 

5356A~1 AUGB1 WN ALL SER.OPT 006 MICROWAVE LIMITER RETROFIT es be 28 

'. 5356B=1 OCT81 WN ALL SER.OPT. 006.MICROWAVE LIMITER RETROFIT 1. 5478¢ OPER é 
a MAN 
53568 OPER & SERV MAN DEC80. 05355-90013 MAY84. 05355-90014 8L 01 02 05 | SERV. 'N 
MAND CHANGE MAR84 05355-90013 « . Sh27A~ 
5356B-006 OPER & SERV MAN AUG81 05355-90018 0CT81 05355-90019 8L. 01 02 01 =P 54786 SERY N 
5356C OPER & SERV MAN DEC80. 05355-90013 MAY84 05355-90014 8L 01 02 05 cape 
Bras bases MAN CHANGE MAR84 05355-90073 SABA open. 
OPER § 
5358A OPER & SERV: MAN NOV77 05358-90004 NOV83 05358-90005 8L 01.02 03 ae MAN CH 
HAN. CHANGE AUG83 05358-90004 ey Mes ee 

ae ' S480A: SERV. V 

5359A _. SERV NOTE SET BELOW JUL84 OPER & 

5259-1 FEBSO WO ALL SER.OP VERIF PROC FOR THE A17 OUTPUT REF BD SERV 'N 
5359A-2 FEB80 9 ALL SER.OP VERIF PROC FOR THE A18 OUTPUT ASSY ; 5480A- 
5359A-3 OCT80 WO SER 2024A00311 & BELOW.MOD TO A9 TO PREVENT IMPROPER. INSTRUM OPER ON POWER UP ; : -. 5480A- 
5359A~4 OCT80 WO SER 2036A00331 & BELOW.MOD TO HELP KEEP PC BDS IN SOCKETS ; 5480A- 
S5S359A-5. FEB84 WO SER 2226A00796. & ‘BELOW.LINE FUSE CHANG FOR 220-240V- LINE VOLTG DABOR/ 
5 : A 
OPER NOTE JUL72 00536-90011 JUL77 00536-90012 8L 01 04 01 ; 
OPER NOTE CHANGE MAY77 00536-90011 54808 SERV V 
SERV NOTE SET ‘BELOW MAY78 OPER & 
536A-1C AUG66 ALL. SER.STOP GEAR REPLACEMENT 
536A-2B AUG66 ALL SER. CALIBRATION PROCEDURE po  5481A: dae 
. AN 
SERV. MAN. _ JUL70- 05360-90014 JUL72: 05366-90016 01.02 08 FOR SERIAL. NOS. BELOW 1240A-01076 : . SOFTWA 
MAN: CHANGE APR72 05360-90014 es me SERV. M 
SERV. HAN SEP73 05360-90024 AUG77 05260-90027 8L. 01 02 06 FOR SERIAL NOS. 1240A-01076 & ABOVE Poe 
MAN. CHANGE _ JUL77 05360-90024 : Be 5481A-022).. “INSTAL 
RAPID REPATR PROG JANOD be s60-30ues SEP83. 05360-90029. 8L 01 02.01 : 

OPER M. 0cT75. 05360-90030 AUG77 05360-90031 8L 01 02 01 ; 5488A SERV N 


MAT! CHANG JUL? 05360-90030 ae ee - : 5488a- 
SERV NOTE. SET BELOW  SUL82 saa : 


“11/08/85 “3 aN eae ; Shy. 6 ~ PAGE 240 11/08/85. - 
MODEL LITERATURE H/C H/C PART FICHE FICHE peer MP 7 c eee |e MODEL 0 LY 
NUMBER C TYPE)... DAT -.. NUMBER. DATE NUMB L.T cf NUMBER Co. 
: ides DESCRIPTION *** DESCRIPTION kk DESCRIPTION tek. DESCRIPTION wick DESCRIPTION ick Be | 
5380K 5360A-1 : JUL70. WO SER BELOW 940.CHNG TO IMPR FREQ RESP. & RED AMPLFR INCOMPATIBILITY 20 5500A OPER & 
LS . S360A—2.- ---~ JUL70 WA SER BELOW 974.MOD TO IMPR DIG. DSPLY : TUBE RELIABILITY “ Des : moe 
5S360A73.. NOV70. WA. SER BELOW 940.MOD TO STOPCURRENT LIM oe : S ep p S500B. “OPER & 
S360A~4. 0.  SEP71 WA SER BELOW 1128A.4+5V.SCR gmp i : “ee ee eae 
S360A-5. ~ JUL72 WO SER GELOW.1136A00900.NEW IMPR -32 A ans a eee “5500C OPER & 
5360A-6. : “MAR73- WN ALL SEK.LIST PRIS IN 5360A COMPUTING. CNTR SERV KIT.HP PN 10636A ee : ie 88 a « ) QPERATC 
S360A~7 > MART3 WN SSR BELOW 1240A01076.NEW PANA PLEX DSPLY FOR IMPR RELIABILITY © eed sae Pi ae : a SYSTEM 
S360A-8 “ MAR76. WO. SER BELOW. 1240A-01076.CAUTION- USING NIXIE REPL TUBE | wa His , os ; OPERATC 


SWMNp~acod . ; 4MINZ? “WO 211 CED NEU THEPMwai. cuTTru 


RAN LRA 
SERV NOTE. SET BELOW 


JULPE YsSOUKYUUSU ; : hie Egret 
JUL82 ee bos 


11/08/85 
MODEL 
NUMBER 


5350/ 


|. 5363A 


| 53638 ~ 


5365A 


S37A 


5370A 


~5360A-1 


5363A-8/53638-3 


LITERATURE 
TYPE. 


5360A-11 


OVER & SERV MAN 
SERV NOTE SET BELOW 


- 5363A~1 


5363A~2 
5363A~38 


S363A-5: 


OPER & SERV ‘MAN: 
MAN. CHAN 


SERV NOTE SET SELOW 
“1A 


--53638~ 
--53638-2 


CONT'D 
5363A-4/5363B~3 
53638-4 
5363875 
53638-6 


SERV MAN 
MAN CHANGE 
SERV. MAN 
MAN CHANGE 
OPER MAN 


SERV NOTE SET BELOW 
- 5365A-18 


OPER NOTE 


OPER NOTE CHANGE 
SERV NOTE SET BELOW 
537A~1B 


OPER & heey MAN 

MAN. CHANGE 

SERV NOTE SET BELOW 
S370A~1A 


S370A=9 


 DEC?7 05363-90008. pocee 05363-90009 8L 01:02 03 


MAY78 WA 
SUN78 WN 
JANS1 WN 


-JUL79 WO 
FEB80 WO 


PAGE 240. . 41/08/85 

H/C H/C PART FICHE FICHE ene MP > = MODEL... 
DATE | NUMBER DATE NUMBE LT NUMBER 

xe DESCRIPTION *e*% DESCRIPTION akk DESCRIPTION RKK DESCRIPTION tick DESCRIPTION ik . 
JUL70 WO SER BELOW 940.CHNG TO IMPR FREQ RESP & RED AMPLFR INCOMPATIBILITY : 5500A 
JUL70 WA SER BELOW 974.MOD TO IMPR DIG DSPLY TUBE RELIABILITY heres 
NOV7O WA. SER BELOW 940.MOD TO STOP CURRENT LIM Hale Pe 55008: 
SEP71 WA SER BELOW 1128A.+5V SCR Cea aee 
JUL72 WO SER GELOW 1136A00900.NEW IMPR 32 A 5500¢ 
MAR?3. WN ALL SEK.LIST PRTS IN 5360A COMPUTING. CNTR SERV KIT.HP PN 1O636K ee 
MAR73 WN S5R BELOW 1240A01076.NEW PANA PLEX DSPLY. FOR IMPR RELIABILITY © 
MAR76. WO SER BELOW 1240A-01076.CAUTION USING NIXIE REPL TUBE 
JUN77 WO ALL SER.NEW THERMAL SWITCH 
MARS2 WN ALL SER.REC PWR WX/SAMPLE RATE CONTL REPL(P/N 2100-3891) 


SER 1748A & BELOW.REC CIRC MOD TO. PREVENT TRIGGE, OUTPUT OSC. ee 55005A ae, 


REC HP-IB VERIF PROG 

ALL. SER.REPAIR/REPL OF PROBES USING MOD KIT 05363-60109 pretty Taras ° fe ok) Pet F 
ALL SER.PREF REPL PART FOR DIODE ASSY CR1. AEA She | S501A : 
ALL SER.NEW SIG ANALY PROC FOR THE 5363A TIME INTERVAL PROBES 


DEC82 05363-90020 JUL85 05363-90021. 8L 01 02 03 
MAR85 .05363~90020 


FEB80 WO 
JUL79. WO 


JUL79. WO 
DEC79 WO 
FEBRO WO 
JUKLO WA 


ocTs0 
SER 1832A & BELOW.MOD TO PREVENT TRIGGER OUTPUT OCS 
SER 1¥20A00190 & BELOW.MOD TO PREVENT METAL MNTG FLANGE OF R18 FM SHTNG TO. +5V 
PRINTED TRACE. 
ALL SER.PREF REPL PART FOR DIODE ASSY CR1. 
ALL. SER.SIMPLE TRBILSHTNG PROC FOR 5363B CALI8 ERRORS 
ALL SER.NEW SIS ANALY PROC FOR THE 5363B TIME INTERVAL PROSES 
SER 2028A00460 & EELOW.FUSE TYPE & RATING CHANGE 


JUL70 05360-90014 JUL72 05360-90016 01 02 08 FOR SERIAL PFXES 948 & BELOW 

APR72 05360-90014 : 
SEP?73 05369-90024 AUG77 05560-90027 . 8L 01 02 06 FOR SERIAL PFXES $48A & ABOVE 
JUL77 05360-90024 

OCT75 05360-90030 AUG77 05360-90031. 8L 01 02 01 


~ WN 


JAN? ml 
SER 904 TO 936.MOD FOR REMOTE SELECTION OF CHANNEL A/B | S501A SYS. 


JUL72 00536=90011 JULY? 00536-90012 8L 01 04 01 : ; 
MAY77 00536-90011 . 5505A 


JUL66 


MAY78 
ALL SER.CALIB + STOP GEAR REPL PROC 


oct79 05370-90010 MAY83. 05370-90011 8L 01 02.05 
MARSS 05370-90010 


MAY80 WN 
FEB?9 WO 
SEP79 WA 


JUN8D WN 
NOV79 WA 


NOV79 WO 


NOV79 WO 


OCT80 WO 


—APR8O HD 


JULB4 4 
ALL. SER.REC iy VERIF PROGRAM. 
REC ROM CHANGES 
SER 1848A00490 & BELOW. PREF PARTS REPLS TO IMPROVE ACCURACY 
ALL SER.NEW ADJ PROC FOR INPUT ASSYS A3.& A4 
SER 1848A00530 & BELOW.REPL OF FUSE Fi TO IMPROVE ELEC PROTECTION. 
MOD TO ADD TOP COVER VINYL & CORK STRIP TO HELP PREVENT 8D DISPLACEMENT. 
PREF REPL OF EXT TRIGGER, START, & STOP SLOPE SWITCHES 
SER 2024400811 & BELOW.MOD TO A9 TO PREVENT IMPROPER INTRUM OPER ON POWER ue a 
SER 2008A00470 & BELOW.REC REPL FOR 18 PIN DIP SOCKETS . -5505A-002 


; . 
Cc 


~ 5488A~1 


LIT 


OPER & SI 
OPER & SI 


OPER. & SI 


OPERATOR 
SYSTEM. SI 
OPERATOR: 


— 5500c-2/' 


5526A-5 


USERS MAI 
MAN CHAN 


OPER & Si 
SYS OPER 
OPER.& SI 
SYS. OPER 
OPER & SI 
MAN CHAN 
SYS OPER 


“MAN. CHAN 


SERV. NOTI 


S501A-9 


OPER .& SI 
GPER & SI 


OPER & St 
OPER & SI 
OPERATOR 
SYSTEM SI 
OPERATOR 
SERW NOTE 


- 326a~41 


CONT'D 
3505A~1 


S505A"2° 
55052-3 


S505 a~4 


* S505h~6 


5505A-7 
MAN SUPP 


+4444 +hed reds 


7 Hie 
SEGEERRUTG2CGRREE 


ERSTE EEE EEE EP if HATHA nae Hae 


TUIUEERRASGREOUSERIEEAE Zi. 


HELGSSOUOSUSGUEAABCERRESHOEAGRAREAURRACOOLOGUANRANUU/CRRANAISELENCGEREE 
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+ DESCRIPTION tee 


| 49708/85 
1} MODEL 


SAULAGEE 
eit HAENEZAUAVERRENERSECCANSUORUEORUEVEMENGAAECENUNEOYOVOOUSOAUEOGSUCOQSUEOKOCSQUUNOAUTOOAENOQUSENSSNASOUEECOZAESAEOOOUEY 


= 
mein 


MAN CHANGE 


MAN. CHANGE 


5361 A-U- 
S381A~2 
S381A-3.: 


WAN: CHANGE 


MAN CHANGE 


| S384A/85A SERV. NOTE SET BELOW acres 
oo  53BKA/B5A-1 
53844/85A-2 


| QO LITERATURE H/C H/C PART FICHE FICHE PART MOP : E 
“NUMBER” C TYPE DATE NUMBER DATE NUMBER L.-T 
ee eke DESCRIPTION *** DESCRIPTION *** DESCRIPTION akk DESCRIPTION tote DESCRIPTION to 
SS70A -  S370A-10 OCT80. WN ALL. SER.WOTIF OF SOFTWARE ASSOM HEN USING HP-1B po eene GROUP EXECUTE TRIGGER 
5370A-11 JUL81 WN ALL SER.REC ADDITION TO FRONT END CHECKOUT PROCEDURE 
5370A-12 FEBB4 WO ALL SER.LINE FUSE CHANG FOR 220-240V LINE VOLTG 
5370-12 MAR84. HO. ALL. SER<MOD TO ELIM TEMP SENSI INPUT. AMPLF 


53708 OPER & SERV MAN MAY33 peep oraen JUL85 05370-90021 8t 01 02 05 
MAN CHANGE 
SERV NOTE SET BELOW 


53708~1 
5375A OPER & SERV MAN JUL70 05375-90005 OCT?7 05375-90006. 8 01 02 03 
MAN. CHANGE JUL73 05375-90005 


S376A OPER: & SERV MAN JAN71 05376-90031 JUN75 05376-90032 07 02.04 


5S379A OPER & SERV MAN NOV?73 05379-90011 AUG77 05379-90012 8L O01 02 02 
SERV NOTE SET BELOW 


S379A-1 
53814 OPER & SERV MAN OCT76 05384-90010 DEC84 05381-90011 8L 01 02 02 
MAN: CHANGE JUL84 05381-90010 
SERV NOTE SET BELOW APRBS 
5381A-1 HAY?5 WO SER BELOW 1404A.MOD TO ELIM 10 SEC GATE MISCOUNTING 


CRA ee MAR6S REC ZENER DIODE REPL 
A 


5382A OPER & SERV MAN MAY?4 05382-90001 APR78. 05382-9000e* 8L 01.02 01 USE 5382A FICHE 05382-90009 
» OPER & acy MAN APR78 05382-90008 » OCT85 05382-90009. 8L 01 02 01 


SERV NOTE SET BELOW APRS5 
5382A-1 FEB76 WO SER BELOW 1532A.PRCF REPL FOR TRANSISTORS A1Q9,10, & 11 
S382A-2 DEC8C WN SER 2024 & BELOW.MOD TO INSTALL NEW METAL~CASED TEMP-COMPENSATED XTAL OSC 
5382A-3 OCT24 WA SER 2320408261 THRU. 2320A08295: & 24168. BELOW 2446A08435 REC REPL OF DEFECTIVE 
CONT'D 1820-2318 (CA1U4) EIGHT DECADE TIMEBASE IC 
5383A OPER & SERY MAN © MAR75 05383-90001. JUL75. 05383-90003* 8i 01 02. 02 USE 5383A FICHE 05383-90006: 


OPER & SERV HAN SEP76 05383-90005 OCT8S 05383-90006 BL. 01. 02 02 


MAN CHANGE | JUN85 05383-90005 

SERV NOTE SET BELOW APR85S 

5383A~1 OCT76 WC SER BELOW 1628A00960.MOD TO IMPR PERF 

5383A-U-1 NOV76 WO SER BELOW 1644000395 MOD 70 IMPR PERF 

5383a~-2 - AUGB2 WH SER 2116 & BELOW.PREF REPL’ FOR HIGH FREQ BINARY, IC MUI (P/N 4820-0736) 

5383a-3 OCT84 WA ALL 2338A & 2412A BELOW 2412A03456.REC REPL OF DEFECTIVE 1820-2318 CA1U14) EIGHT 
CONT'D DECADE TIMEBASE IC 


S384A. OPER & SERV MAN MAR85 05384-90006 ‘AUG85 05364"9000¢ aL 01 02 03 
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MAR85 05370-9002 


JULB4 
FEB84 Wo SER 2332A00380 & BELOW.LINE FUSE SHANG FOR 220-240V LINE VOLTG 


JAN?7S 05376-90031 


SUN7? 05379-90011 
APR79 
SEP73 WN SER BELOW 1232A00900.IMPR ARMING STAB 


JUN75. WO SER BELOW 1449U.MOD TO ELIM 10 SEC GATE MISCOUNTING ; . 
KOV78 WN SCR 1624 & BELOW.REC FIELD REPL OF A1CR1 FUL‘ WAVE BRIDGE RECT. 
OCT84 WO SER 2310A TO 2440A.STAB OF OUTPUT IN OVERFLOW CONDITION 


JUNS5. 05382-90008 


APRE5 pene 2000: 


JUNS4 WA ALL SER.MOD TO PREV COUNTER LockUP : 
APR85 WN ALL SER. HP Ste. a MERIE. PROG. ‘USING ne B54 ‘CONTROLLER ee 


oe eer See ES NS RN BRE few eNoP ARE RETR TVA ERAN AO IVA ALR eg Uy & LE 


5382A-2. DEC8C WN SER 2024 & BELOW.MOD TO. INSTALL NEW METAL-CASED TEMP-COMPENSATED XTAL. OSC 3525 
S5382A-3 OCT24 WA SER 2320A08261 THRU. 2320A08295 & 2416A BELOY 2416A08435.REC REPL OF DEFECTIVE 
~ .. CONT*D 1820-2318 (aiu4) EIGHT DECADE TIMEBASE IC 5525 
5383A. a OPER & SERY.MAN MAR75..05383-90001 SULTS 05383-90003*: 8L 01:02 02 USE S383A FICHE 05383-90006 = 
OPER & SERV HAN =. SEP76 05383-90005... ocT85 0538370006 8L 01 02 0 
MAN. CHANGE JUN85. 05383-90005 
SERV NOTE SET BELOW ne APR85 
5383A-1 OCT76 WO SER BELOW 1628A0C960.MOD TO IMPR PERF - 
5383A-U-1 . NOV76. WO SER BELOW 1644000395 MOD 70 IMPR PERF 
5383A~2 .»  AUGB2 WM SER 2116 & BELOW.PREF REPL FOR HIGH. FREQ BINARY, IC A1N1(P/N 1820-0736) 
., S383A-3 OCT84 WA ALL 2338A & 2412A BELOW 2412403456. REC REPL OF DEFECTIVE 1820-2318 CA1U11) EIGHT 
CONT'D «DECADE TIMEBASE IC 
5384A . “OPER & SERV MAN. MAR85 05384-90006. AUG85 05384-70007 8L 01 02 03: 
MAN CHANGE APR85 05384~90006 
S384A/85A, SERV-NOTE SET BELOW ocy85 
S384A/85A-1. JUNS4 WA ALL SER.MOD TO PREV COUNTER LOCKUP 


- S384A/85A-2 > APR85 WN-ALL SER.HP-I8 VERIF PROG USING HP. 85A CONTROLLER 


PAGE 27 a | 44108785 Bee | PAGE 242 
MODEL = «-0——sCWLTERATURE H/C H/C PART FICHE FICHE PART MP DP ae ; be 
pera pos NUMBER TYPE DATE NUMBER DATE NUMBER LT V : 
DESCRIPTION He | woe 44x DESCRIPTION *## DESCRIPTION ##% DESCRIPTION *e* DESCRIPTION tick DESCRIPTION eit 
5385A OPER & SERV MAN MARBS 05384-90006  AUGBS 05384-90007 8L 01 02 03 
MAN CHANGE APR85 05384-90006 : } 
| 5390a INSTALL & SERV.MAN MARZ? 05390-90002 JAN78 05390-90003* 8L 01 02 01 USE 5390A FICHE 05390-90015 
| USER NOV77 05390-90011 -- FEB78 05390-90012 8L 01 02 02 PHASE NOISE PROGRAM 
INSTALL : _SERV MAN. FEB78 05390-90014 © MAYB3 05390-90015 8L 01 02 02 PHASE NOISE PROGRAM 
OMAN CHAN JAN83_ 05390-90014 
USERS. MAN DEC?? 05390-90016 _-FEB79 05390-90017 BL 01 02 02 SIGMA Y OF TAU PROGRAM 
SERV NOTE SET BELOW JUL84 
5390A-1 APR81 WO ALL SER.SOFTWARE MOD TO CORRECT PHASE NOISE SELF-TEST PROBS AT LINE’ FREQ. 
| 5390-010 USERS MAN APR78 05390-90018 APR8Q 05390-90019 S&L 01 02 01 SIGMA Y OF TAU PROGRAM 
USERS MAN JAN78 05390-90020  FEB79 05390-90021 8L 01 02 02 PHASE NOISE PROGRAM 
521A SYS OPER & SERV MAN APR78 05391-90001 NOVB2 05391-90003 8L 01 02 02 
: MAN CHANGE SEP82 05391-90001 
oe ; SERV NOTE SET BELOW _ JUL80 
9015 rok 5391A-1 MARSO WN ALL SER.SOFTWARE BUGS & FIXES 
540A : SERV NOTE SET BELOW MAY78 
540A~1 JUN67 SER 008-01768 + DOWHSINCR VIDEO OUTPT AMPLITUDE 
5408 OPER & SERV MAN AUG67 00540-9003 OC T71 00540-9004 01 O2 02 
SERV NOTE SET BELOW MAY73 
540A-1 JUN67 SER 0008-00697 + DOWN.VIDEO OUTPT MOD 
5400 SERIES INTERFACE MAN  ——-NOV73. 05400-9021 Ss MAR8O 05400-9022 8L 01 02 05 
54000 SYSTEM SERV MAN JAN71_ 05400-9012 MOV71 05400-9016 01 02 03 | 
OPER & SERV MAN ——-JAN70_ 05400-9019 SEP82 05400-9025 8L 01 02 01 
‘S400A-KO9 OPER & SERV MAN ——-DEC70 05400-91050 —»— NOV71._ 05400-9017 01.02 02. 
; 54001A OPER NOTE  0CT84 54001-90901 DECB4 54001-90801 8L 01 08 01 
54002A OPER NOTE NOV84 54002-90901 FEB85 54002-90801 8L 01 08 01 
54003A OPER NOTE OCT84 54003-90901 -DECB4 54003-90801 8L 01 08 01 
5401A/B SERV NOTE SET BELOW fh APR79 Ges 
1 S401A/B-1A JAN71 UN SER 036 & UP.MOD TO PROVIDE SIGNAL AVERAGING CAPABILITY 
54018 SYSTEM SERV MAN = FEB72 05401-90012 —- NOV85. 05401-90020 8L 0102 03 
| 54016-800 OPER & SERV MAN —-JAN74 05401-90017.“ FEB74 05401-90018. 01.02 01 
54018-840 OPER & SERV MAN = MAY73 05401-90015 © AUGT4 05401-90019 01 02 01 
: ‘5401B/9810A  OPER.& SERV MAN —JAN74 05401-90017 —sFEB74 95401-90018 —01 02 01 
ROPER SAFTY GROUND | | 5401B/9820A OPER & SERV MAN ——-MAY73 5401-90015 AUG74 05401-90019 «01:02 01. 


SAO2A SOFTWARE MAN =—-«JUL77.-05402-90010 —APR81.-05402-90014 8L 01 02 03 


MAN CHANGE — -JUL71 05402-90010 


OPER SAFTY GROUND 
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SCRIPTION *ie 


10036 


PER SAFTY GROUND. 
DE 


PER SAFTY GROUND 


PER SAFTY GROUND 


PER SAFTY GROUND _ 


PER. SAFTY GROUND 


PER SAFTY GROUND 


S4002A 
54003A: 
5401A/8 


| 54018 - 


5401B-800 
5401B-840 


1 S40%B/9810A.— 


'54018/9820A 
54024 


11/08/85 
MODEL 
NUMBER 


5402A 


S403 


| 54068 


S410A 


54100A 
54100D 


54158 


S416A 


54168 
SATTA 


5420 


5420A 


ao 


OPER NOTE 
OPER NOTE 


SERV. NOTE SET BELOW 


5401A/B-1A 


“SYSTEM SERV MAN 


OPER & SERV MAN 
OPER & SERV MAN 


OPER & SERV MAN. 


OPER & SERV MAN 


SOFTWARE. MAN 
MAN CHANGE 


LITERATURE 
TYPE 


OPER & SERV MAN 


OPER & SERV: MAN 
MAN CHANGE 


TEMPORARY OPER MAN 
TEMP SOFTWARE MAN 


SOFTWARE DOCUMENTAT 


SYSTEM SERV MAN 
KEYBD COMMANDS MAN 
MAN. CHANGE 

SERV M MAN 

SYSTEM OPER MAN 


SERV NOTE SET BELOW 
5406B~1 


SERV. MAN 
MAN CHANGE 


OPER & PROG MAN 
MAN CHANGE 

SERV ‘MAN 

MAN CHANGE 


“OPER & PROG MAN 


MAN CHANGE 
SERV KAN 
MAN CHANGE 
SERV MAN 


SERV. MAN 


“SERV MAN 
“OPER. & SERV MAN 


MAN CHANGE 
SERV MAN 


~ QUICK REF GUIDE 
MAINT MAN 


SERV NAN 
MAINT MAN 
USERS GUIDE. 
USERS GUIDE 


MAINT HAN | 


MAIN™ MAN 

INSTALL NOTE 
OFER & SERV MAN~I 
OPER-& SERV MAN-II 


“MAN -CHFNGE 
OPER clagae wiERV MAN-III 


MAN 


— OPER & SERV MAN-IV 


NOV84 54002-90901 
OcT84 54003-90901 


_ -FEB85 54002-90801 
~ DECB4 54003-90801 


8L 01-08 01 
8L A 08 01 


APR79._ 
JAN71. WN “SER 036 & UP.MOD TO PROVIDE SIGNAL AVERAGING CAPABILITY 
BL 01.02.03 . 


FEB72 65401-90012 
_JAN74 05401-90017 
-MAY73 05401-90015 


JAN74 05401-90017 
MAY73 05401-9015 


JUL71 05402-90010 
JUL71 05402-90010 


H/C H/C PART 
DATE 


MAY714 05402-90011 


“MAY71. 05403-90004 


JUN71 05403-90004 
AUE7N 05406-90011 


-AU670 05406-90012 


FE871 05406-90029 
MAR?73 05406-90039 | 
MAR72. 05406-90035 
JUN72 05406-90035 
AUG72 05406-90036 
JUN73 05406-90040 


~ NOV8S 05401-90020 
_ -FEB74 05401-90018. 


AuGTs 05401-90019 


FEB74 95401-90018 


AUG74 05401-90019 
APR81 05402-90014 


FICHE 
NUM 


NX 


01 02 01 
01.02 01 
01 02 01 


01 02.01 


BL. 01 02 03 


FICHE PART M PD P 


APR81 05402-90015 8L 61 02 01 
AUG79 05403-90006. 8L 01 02 01 


JUN71 05406-90032 
JUN71 05406-90033 
JUN71. 05406-90034 
NOV85 05406-90042 
JUN75 05406-90043 


JUN75 05406-90044 
JUN75 05406-90045 
APR79 


APR71 KN MOD TO IMPR VISUAL RESOLUTION 


MAR70 05410-9006 
MAR72. 05410-9006 


SEP84 54100-90901 
OCT84 54100-90901 
APR85 54100-90903 
MAY85. 54100-90903 
SEP84 54100-90901 
O0CT84 54100-90901 
APR85 54100-90903 
MAY85 54100-90903 
JAN717. 05415-9007 
MAR74 05416-90010 
MAR74 05416-90010 


Oct72 05417-90003 
NOV73 05417-90003 


NOV81 05420-90061 


‘AUG77 05420-90008 


SEP?77 05420-90010 
FEB78 05420-90014 


- dUN78 05220-90021 


JUL73 05420-$0023 
JUL78 05420-90032 
FEB79. 05420-90030 


JUN79 05420-90034. 
FEB80..05420-90038 | 


JAN87 05420-90041 
JANS1 05420-90043 


DEC84 05420-90043 __ 


ae 05420-90045 


& 05420-90045 
SEps2 05420-90087 


JUL75. 05410-9009 


DEC84 54100-90801 


OCT85 54100-90803 


DEC84 54100-90861 
OCT85 54100-90802 


MAY71 05415-9008 


MAR75 05416-90011 
MAR?75 05416-90011 
OCT81 05417-90012 


FEB82 05420-90062 


DEC77 05420-90009 
NOV77 05420-99011 
AUG79 05420-90015* 


pelts 05420-90022* 


05420-90024* 


‘MAR79 
HAYEO 05420-90033* 
MAY79 05420-90031* 


FE881 05420-90035* 
JUL84 05420-90039 
MAR84 05420-90042* 


MAR85 05420-90044 


ocTss 05420-90046 


--MARB4 05420-90068 


BL 
8b 


8L 


gL 


01 02 02 FO DIGITAL INTERFACE 


1 
01 C2 02. USE 5420A 
01 02°09 USE 5420A 
01 O02 02 USE 5420A 
01. 02 02 USE 5420A 


01 02 03 USE 5420A 
01 02 02 USE 5420A 


07 O02 02 USE 5420A 
07 02 01 
01 02.07 USE 5420A 


01 02 05 


01 02 08 
01 02 10 


FICHE 05420-90022 


FICHE 05420-90031 
FICK: 05420-90033 
FICHE 05420-70052 


FICHE 05420-90035 


FIHCE 05420-90052 
FICHE 05420-90068 
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NUMBER DATE BER: L TV : 
xkE DESCRIPTION *i* DESCRIPTION *** DESCRIPTION tick DESCRIPTION iii ‘DESCRIPTION tok 


FICHE -90042 OR -90044— 


ER SAFTY GROUND 


9ER SAFTY GROUND 


PAGE 229° 


SCRIPTION sek 


ER SAFTY GROUND 
“SPEED DECD CNTR 
036 


ER SAFTY GROUND 


ER. SAFTY GROUND 


ER SAFTY GROUND 


11/08/85 
MODEL 


| S420A 


54208 


24200A 


| 542000 - 


421A 
54228 


NUMBER 


54200A/D 


S423A 


SERV MAN 


QUICK. REF. GUIDE 
MAN 


© MAINT 


SERV -HAN 

MAINT. MAN 

USERS GUIDE 

USERS GUIDE 

MAINT HAN 

MAINT MAN 

ANSTaLi NOTE 
OFER & SERV. MAN~I 
OPER & SERV MAN-IT 


~ MAN CHF NGE : 
» OPER & ZERY MAN@III 


oO: 


MAN CHA 


~ OPER . SERV MAN-IV 


LITERATURE 
TYPE 


MAN CHANGE 
USER'S GUIDE 


OPER & seek MAN 
MAN. CHANGE 

SERV NOTE SET BELOW 
5420A-0 


USER'S GUIDE-VOL 2 
MAN. CHANGE 


USER'S ‘GUIDE=VOL 3 


NOV81 05420-90061 


AUG77 05420-90008. 
05420-90010 
. 05420-90014 
05420-90021 
05420-0023 
JUL78 05420-90032 
FEB79 
JUN79 | 
FEB8O. 
‘JANS1 
JAN81 05420-90043. 
DEC84 05420-90643 
JAN82 05420-90045 
DEC84 05420-90045 
SEP82 05420-90047 


H/C H/C PART 
DATE NUMBER 


ATE LT Vs 
uke DESCRIPTION *** DESCRIPTION wkk DESCRIPTION a. DESCRIPTION RK DESCRIPTION whe 


NOV83. 05420-90047 
MAR81 05420-90051 
MAY84 05420-90067 

DEC84 05420-90067 


" FEB82 05420-90062 


-pEC?7 05420-90009 
~ NOV77 05420-99011* 
~~ qUG79: 05420-90015* 


*. FEB81 05420-90035* 
.. JUL84 05420-90039 
“MAR84 05420-90042*. 


8L 01 02 01 
8t 01 0 


2.01 
C2 02 
02 09 
02 02 
02 02 


OCT78 05420-90022* 
MAR79: 05420-90024* 
MAY80. 05426-90033* 
MAY79 05420-90031* 


MAR85 05420-90044 8L.01 
OCT&5 05420-90046 8L.01 
MARS4& 05420-90048 8L 01 


FICHE FICHE PART MP. D a 
D NUMBER 
HARSA 05420-99048 BL 07 02 10 


MAY81 05420-90052 8L 01 02 02 
OCT8S 05420-90068 8. 01 02 07 


ocTs3 
NOV81. WN ALL. SER.SERV NOTE IND 


EX 
OCT81 WN 5440B:SER 1728 & BELOW; 5441: SER 1652 & BELOW;5443A:SER 1655 & BELOW. MoD TO IMPROVE 


USE 54200 


USE 5420A 
USE 5420A 


USE 5420A 


USE 5420A 
USE 5420A 


0: USE 5420A 
¢ USE 5420A 


OCcT?9 


05423 
DECB4 05423-90009 
OCT79 05423-90010 


3~90009 - 


OCT8S 05423-90021 8L 01 02 04 
OcT85 05423-90022. BL 01 02 03 


FICHE 05420-90022 
FICHE -90042 OR 90044 
FICHE 05420-90031 


FICPS 05420-90033 


FICHE 05420-70052 
FICHE 05420-90035 
FIHCE 05420-90052 


FICHE 05420-90068 
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S420A-4A 
CONT'D SYSTEM PERF |. 
5420A-7A OCT81. WN SER BELOW 1804.MOD TO ELIM RACE CONDITION 
S420A-9A OCT81 WN SER 1636 & BELOW.MOD TO IMPROVE PERF 
S420A-11A OCT81 WN SER 1821 & BELOW.MOD.TO IMPROVE PERF 
S420A-14A OCT81 WN ALL SER.MOD TO IMPROVE SELF-TEST 
S420A-15B OCT81 WN ALL SER.HOD TO IMPROVE PERF 
5420A-16 FE879 WN LIST OF 5240A CONTROL. CARTRIDGES 
5420A-17 . FEB79 WN SER 1836 & UP(S443A?.TEST PROC TO SELECT PARITY. ERROR/MEMORY. LOSS INDICATIONS | 
S420A~18/54451C-02 FEB79 WO SERIES 1836 & BELOW.MOD. TO IMP HANDSHAKE 
5420A~19 FEB79 WO ALL SER.REC REPL PARTS TO IMPR BOOSTER BOARD PER 
pith MAR7T9 WO een 1836 & BELOW(5441A);SER 1904 & BELOW(5443A). Koo TO CHANGE LEDS TO. PREVENT STICKY 
K ‘ 
“5420A-21B OCT81 WH ALL SER.LIST OF MOD THAT ARE IMPORTANT. TO REL OF 5420A: 
S420A-22A OCT81 WN MOD TO-IMPR PERF 
54204~23 NOV79 WO REC REPL FOR S441A 
5420A~24 ~.: WO MOD TO IMPROVE PERF 
S420A~25 JUL80 NEW XCHANGE ASSY CONFIG FOR 2105A COMPUTER A TYPE. POWER SUPPLY 
S420A-26 | AUG80 WN SER 1940A THRU. 2072A.MOD TO 54410A CM (COMMON MODE SWITCH) 
. S&20A-27A AUGS82 WO SER 2116A00766 & BELOW.ON/OFF SWTCH 
3420A-28 AUG82 WN ALL SER MOD TO IMPR HP~IB CONTRLLER COMPATIBILITY 
3420A-29 JUN83-WA ALL SER.CARTRIDGE TAPE IMCOMPAT 
USER'S GUIDE DEC81 05420090056 MAR85 05420-90057 8t 01 02 04 VOL I 
MAN CHANGE DEC84 05420-90056 
USER'S GUIDE DEC81 05420-90058 MAR85 05420-90059 8L 01 02 03 VOL II 
MAN. CHANGE DEC84& 05420-90058 
SERV NOTE SET BELOW OCcT8z 
54208-1 AUG82 WN ALL. SER MOD TO IMPR HP-IB CONTRELER COAPATIBILITY 
542082. . JUNS3 WA ALL SER.CARTRIDGE TAPE IMCOMPAT 
OPER PROG&SERV MAN MAY85 54200-90901 OCT85 54200-90801 8L 01 08 06 
MAN CHANGE JUL85 54200-90901 
_ SERV NOTE SET BELOW .° OCT85. oe 
“.5420A/0-1 APR85. WA SER 2445A.REC PROM REPL TO CORREC FIRMWARE 
OPER PROG&SERV MAN  MAY85 54200-90901 OCT85 54200-90801. 8L 01 08 06 
"MAN CHANGE JUL85 54200-90901 
‘ 2 . s 2 
SERV MAN . JUN70 05421-9008 AUG70 05421-9009 01 02 05 
“  QPER & SERV MAN =. NOV73 05422-90022 . DEC?5 05422-90023. 8L 01 02 04 
USER'S GUIDE ».. OCT?9. 05423-90010 FEB80 05423-90011* BL 01 02 03 USES423A FICHE 05423-90022 FP/N CHANGE 
USER'S HANDBOOK . JAN80 05423-90014 = JUL81.-05423-90015* 8b 01.02 02 USE 54234 FICHE 05423-90028 


 55B3A 


5585A 
5590A 


560 st 


41/087 
MODE 


-NUME 


| setave 


PAGE 230 
CRIPTION site 


15°. 
22 


15 
al 


BY MICROCOMP _ 
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54200A/D 
| 542000 


(| Séeta. 


54228 
SA23A 


11/08/85 
MODEL. 
NUMBER 


S423A e 


54258 


5427A 


S430A_ 


54300A 


| 5431A 


11/08/85 


oe ee oe 


SERV NOTE SET BELOW 
54 “1 


20A/D 


~ OPER PROGESERV MAH 


oO 


¢ 


MAN CHANGE 


SERV MAN 
OPER & SERV MAN 


USER'S GUIDE 
USER'S. HANDBOOK 
USER'S GUIDE=VOL 2 
MAN. CHANGE 

USER'S GUIDE-VOL 3 


_ LITERATURE 
TYPE 


MAN. CHANGE 


USER'S HANDBOOK 


- MAN ‘CHANG 
USER'S GUIDE-VOL 1 


MAN CHAN 


OPER & SERV MAN-I 


"OPER & SERV MAN-IZ 


MAN CHANGE 

CPER & SERV MAN-III 
MAN CHANGE 

OPER & sey MAN“IV 
MAN CHA Nee 

SERV MA 

OPER SERV MAN 
MAN CHANGE 


‘SERV NOTE SET BELOW 
S423A-0 


5423A-~1 
S423A-2 
S423A-3 
5420A-26 


SBS TALS OPYSERY NOTE 
SERV 

OPER MAN 

MAN SUPP 1 
INSTAL/OP/DEHO NOTE 


SYSTEM SERV MAN 
MAN CHANGE 

OPER MAN 

OPER. MAN 

MAN. CHANGE 


. “-INSTAL/OP/DEMO. NOTE 
CUST Naee HNDBX 


MAN: CHAN 

INSTAL /OP DEMO NOTE 
MAN CHAN 

SERV NOTE. SET BELOW 
5427A-02 

BAO TAWOS 

5427A-04 © 


S427 A~6 


5427A-9A 
SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


SERV MAN 


~- MAN CHANGE 


Seer Tew 


2 MCIBS eS ee 
APR85 WA SER 2445A.REC PROM REPL TO CORREC FIRMWARE 
8L 01 08 06 


MAY85 54200-90901. 


JUL85. 54200-90901 


JUN70 05421-9008 
— NOV73 05422-90022 
OCT79 05423-90010 


JAN8O 05423-90014. 
OCT?9 05423-90009 

DEC84 05423-90009 
OCT79 05423-90010 


H/C H/C PART 
DATE NUMBER 


DEC84 05423-90010 
JAN82 05423-90027 


DEC84 05423-90027 


MAY84 05423-90031 
DEC84 05423-90031 
JAN81 05420-90041 
JAN81 05420-90043 
DEC84. 05420-90043 
JAN82 05420-90045 

DEC84 05420-90045 
SEP82 05420-90047 
NOV83 05420-90047 
NOV81 05420-90061 
MAY84& 05420-90067 
DECB4 05420-90067 


ocT85 54200-90801 


AUG70 05421-9009 


* 91 02 05 


DECTS 05422-90023 8L 01 02 04. 


FEB80 05423-90011* 8L 01 02 03 USES423A FICHE 05423-90022 FP/N CHANGE | 
JUL81: 05423-90015* 8L 01 02.02 USE 5423A. FICHE 05423-90028 


OCcT85 05423-90021 8L.01 02 04 
ocT85 05423-90022 aL 01 02 03. 


FICHE pet PART M POD. P 
~ DATE NUMBER LT V6 
*kk DESCRIPTION *** DESCRIPTION *&kK DESCRIPTION **% DESCRIPTION bsfatal DESCRIPTION we: 


OCT85. 05423-90022 8L 01 02.03 
MAR85 05423-90028 -8L°01.02 02 


MAR85 05423-90032 8L 01 U2 03 


MAR84 05420-9004e% or at O02 07 USE 5423A FICHE 05420-90068 | 


MAR85 05420-90044 
OCT85 05420-90046 
MAR84. 05420-90045 


FEB82 05420-90062 
OCT85. 05420-90068 


cT83 
NOV81. WN ALL SER.SERV NOTE INDEX 


NOV81 WO SER 2116A00548 & BELOW.ON/OFF SWTCH 


8L 
8L 


BL 
BL 


1 02 05 
01. 02, 08. 
01 02 10 


01 02 01 
01 02:07 


AUG82 WN ALL SER MOD TO IMPR HP=IB CONTRLLER COMPATIBILITY 
JUN83 WA SER 2304 & BELOW. CARTRIDGE TAPE INCOMPAT 
AUG8O WN SER 2022A & BELOW.MOD TO 54410A CM 


MAR76. 05425~90306 
NOV76. 05425-90308 
FEB76 05425-90310 
FEB7? 05425-90315 
FEB?77 05425-90313 


ocT78 05427-90015 
OCT84 05427-90015 
JAN79: 05427-90017 
JAN8O 05427-90019 
MAY85 05427-$0019 
APR8O: 05427-90021 
SEP81 05427-90026 
APR82 05427-90026 
AUG82 05427-90028 
MAY84 05427-90028 


cT82 
JAN8O SER 1928400230. . BELOW.MOD TO IMPROVE 


DEC76. 05425-90307 
APR7? 05425-90309 
DEC7? 05425-90311 
DEC77 05425-90314 
DEC84 05427-90016 


FEB79 05427-90018* 


~ OCT85 05427-90020 


JUN8O 05427-90022* 
JUN82 05427-90027 


SEP84 05427-90029 


APR87 WN ALL SER.ADJ PROC 
AUG81 WN ALL SER.DAC DIAG. PROGRAM PROC 

SEP81 WN ALL SER.HOW TO USE & INTERPRET SELF CHECK PROGRAM 
DEC81 ALL SER SELF-CHECK HOOK-UP 


- JANB2 WN ALL SER.SWTCH REGISTER CABLE MOD 


8L 
8L 


8L 
BL 


8L 


(COMKON MODE SWITCH) 


01 02 01 


JULB2 WN ALL SER.MOD TO PREV C-SUPPLY PWR UP PROBLEM 


~-MAR?1 05430-90003 
FEB85 54300-90901 


MAR85 54300-90901 


FEB72 05431-9011 
AUS72 05431-9011 | 


MAY74 05430-9004 


01. 02 03 


OCT85 54300-90801 8L 01 08 02. 


DEC7S 05431-9012 


8L 


01 02 02. 


01 02 05. USE 5427A FICHE 05427-90020 
02 06 ee ; 


01 02 01 USE 5427A FICHE 05427-90029 
02.03 


5427A SELF CHECK RESULTS 


PAGE: eA. 


‘DACE DAA 


11 /08/8: 


570A 
S700A. 


| 57010 


S718 
5731. 


580A 


| S81A 


59300-11 


39300-11 


SISOTA: 


59303A 


“59304A 


593060 


rt a ee o 
Q [ee 


| 5430A 
| 54300A 


PAGE 231 11/08/85 
MODEL 


RIPTION ee. ™ anes 
| 54315 
5432A 
5440 
54404 


| 5640a/8 
(0. STOP 


- 4408 
[GGER LAMPS e 


S441A 


44 
326C SER : o 
2A00546 TO 
5V FSE FRM BLW 


54420A~-620., 


S443A 


arte 


S4440A 


S4440A~640 
54451¢ 


'54470A 


PAGE 232 


11/08/85 
MODEL 


ao. 


0 


5427A-02 
5427A-04 
5427A-6 
5427A-7 
S427A-8 
5427A-9A 


SERV MAN 


OPER & SERV MAN 


MAN. CHANGE» 
SERV MAN 


“MAN. CHANGE 


LITERATURE 
TYPE 
SERV MAN 
MAN CHANGE 
OPER & SERV MAN 

‘INSTALL NOTE 


INSTALL NOTE 
MODULE MAN. 


SERV NOTE SET BELOW 
5440A-1/5440B-1 
5440A-2/54408-2 


MODULE MAN 


INTERFACE NOTE 


MAN. CHANGE 


MODULE MAN 


MAN. CHANGE 


SERV NOTE SET BELOW 


5420-1 

5420A-2 

5420A-20 
CONT'D 


MODULE MAN 
MODULE MAN 
MAN -CHANGE 


SERV NOTE SET BELOW 
54420A-1/54440A-1 


INSTAL/OP DEMO NOTE 
““INSTAL/OP DEMO NOTE 
OPER/SERV NOTE 
OPER/SERV NOTE 


SERV NOTE SET BELOW 
3420A~3 


5420A-20 
CONT'D 


MODULE M 


INSTALL. c eee DEMO 


MODULE M 
MODULE MAN 


SERV NOTE SET BELOW 
54420A~1/54440A-1 


-OPER/SERV NOTE 


SERV NOTE SET BELOW 
5420A~18/54451C-02 


MODULE MAN 


"LITERATURE 


APR81 
AUG84 
SEP81 
DEC81 


MAR71 


FEB85 
MAR85 


WN ALL SER.ADJ PROC _ 


ere Pe PRR SS eee Oaee eee eee ee a, ee, 


WN. ALL SER.DAC DIAG PROGRAM PROC 

WN ALL SER.HOW-TO USE & INTERPRET SELF CHECK PROGRAM 
ALL SER SELF-CHECK HOOK-UP: 

JAN82 WN ALL SER.SWTCH REGISTER CABLE MOD. 

JULB2 WN. ALL SER.MOD TO PREV. C-SUPPLY PWR UP PROBLEM 


05430-90003 


54300-90901 
54300-90901 


FEB72. 05431-9011. 


“AUG72: 


H/C. 
DATE 


FEB72 


~ AUG72 
~ SEP73 


MAY76 
MAY75 
JUN75 


APR76 
DEC76 


DEC76 


OCT?76 
FEB79 
JUL76 
OCT76 


AUG77 


MAR79 


AUG75 
NOV76 
AUG78 
SEP80 


DEC?6 
JUL76 


05431-9011: 


H/C PART 


--MAY74 05430-9006 01-02 03 
-OCTBS 54300-90801 8L 01 08 02 


8L 01 02 02 


DEC7S 05431-9012 


FICHE FICHE PART M P DP 
DATE NUMBER 


NUMBER L TVG Se er 
wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION *°* DESCRIPTION *** DESCRIPTION srt 


05431-9011 


05431-9011 


05432-90004 
05440-90013 


05440-90004 
05440-90006 


DEC?5 05431-9012. 8L. 01 02 02 


JUL?5 05432-90005 8. 01 02 01 
- DEC76 05440-90014* 8L 01 02 01 USE 5440B FICHE 05440-90019 


JUN75 05440-90005* 8L 01 02 01 USE 5440B FICHE 05440-90019. 
JUL75 05440-90007 8L.01 02 01 


APR79 
WN MODELS SHIPED PRIOR TO 15 MAR 1976.MOD TO STOP LOCKING 
WN. MOD TO ADD RESISTOR TO IMPR PERF 


05440-90011 
05440-90018 
05440-90018 
05440-90021 


05440-90021: , 


WO SER 1652 

WO SER 1644 

WO SER 1836 
KEYS. 


54420-90013 
54420-90017 
54420-90017 


AUG79 05440-90012* BL 01 02 02 USE 5440B FICHE OSN40- 700k. 
MAR8O 05440-90019. 8L 01 02 01 


JANB3 05440-90022 8L 014 02 02 


OcT79 
& BELOW.MOD TO IMP PERFORMANCE FRONT PANEL BD 05441-60060 
& BELOW. KEYBOARD INFCE PRBLM 

& BELOW(S441A);SER 1904 & BELOW(5443A).MOD TO CHANGE LEDS TO PREVENT STICKY 


SEP8O 54420-90014* 8L 01:02 02 USE 54420A FICHE 54420-90018 
DEC84 54420-9001P 8L 01 02 03 


SULTS 
WN MODIFICATION TO IMPROVE PERFORMANCE 


05451-90442 


05451-90534 - 


54420-90009 
54420-90015 


WO SER 1644 
WO SER ve 
KEYS 


54440-90001 
54440-90014 
54440-90016 


54440-90018 


‘DEC?7 054351-90443* 8L 01 02 A USE 54420A-620 FICHE 05451-90533 
MAY79 05451-90533 8L 01 02 0 
FEB77 54420-90010* 8L 01 02 01 USE 54420A-620 FICHE 54420-90016 
FEB79 54420-90016. 8L 01 02 01 


OCT79. 
& BELOW. KEYBOARD INTRFC PROB 


& BELOW(5441A);SER 1904 & BELOW(5443A). HOD TO CHANGE LEDS. 10 PREVENT. mUCK 


DEC77 54440-90002* &L 01 02 02 USE 54440A FICHE 34440-90017 | 
APR77 54440-90015 8L 01 02 01 
JULBO 54440-90017* 8L 01 02 02 USE 544408 FICHE 54440-90019 
NOV82 54440-90019  8L 01 02 02 


JUL79 
WN MODIFICATION TO IMPROVE PERFORMANCE 


54440-90012 ie 


FEB7?7 54440-90013. 8L 01 02 01 


JUL79 
FEB79 WO SERIES 1836 & BELOW.MOD TO IMP HANDSHAKE 


JUN76 


We 


54470-90002 


H/C PART. 


JUL79 54470-90003* 8L 01 02 02 USE 54470A FICHE SAATOCIONT A 


FICHE FICHE PART MOP oD OP) 


PAGE 246 - 


5S9303A 


| 593040, 


| 59306A 


41/08/85 
‘MODEL. 


NUMBER 


59306A 


59307A 


593080. 


S9309A 


~59310A 


59401A 


594038 


a8 | 11/08/85 
Soe MODEL © 


PAGE 247 


PAGE 232 


[PTION wee 


ILD 
nN” 


on ib. 


IR OPT 041 
THE HP 9845A 
‘S030 & 031) 


MPARATOR 
F AKA). 0 


; S4440A 


>4440A~-640 


54451C.. 


54470A 


11/08/85 
MODEL 
NUMBER 


544704 


54470A-670 


545A 


5450 


5451 

5451-240 
5451-241 
5451-242 


. 5451-243 


3451-244 


| 5451-245 


5451-246. 
5451-247 
5451-290 
5451-291 


| 5451-292 


5451-293 
5451-294 


| 5451-295 
5451-450 


5A51~451 


MODULE MAN 


“INSTALL ‘ an DEMO 


MODULE M 

MODULE 

SERV NOTE. SET BELOW. 
54420A-1/54440A-1 


OPER/SERV NOTE 


SERV NOTE SET BELOW 


S420A1E (S445 Cn2 


“MODULE MAN 


LITERATURE 
TYPE 


OPER/SERV, NOTE 
MODU 


OPER/SERV. NOTE 


UINSTALL & OPER DEMO 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


5450A—1/5451A-1/ 
545 


A> 
Pazoh-6/58018°6/ 
S452A-6 


SYSTEM SERV MAN 
SYSTEM OPER MAN 
MAN CHANGE 

OPER NOTE 

OPER NOTE 

REF MAN 

OPER NOTE 

OPEL; NOTE 

OPER NOTE 

OPER. NOTE 

OPER NOTE 

OPER NOTE 

OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER NOTE 
OPER NOTE 


OPER NOTE 


OPER MAN 
OPER MAN 


“H/C H/C naar 


“JUL76 54470-90004 
OCT?9 54470-90013 
“OCT?79 54470-90015 — 


-JUN81. 05451-90559 


AUG75 54440-90001 
NOV76 54440-90014 
AUG78 54440-90016 
SEP80 54440-90018 


APR77 54440-90015 8L 01 02 
NOV82 54440-90079 .. 8L 01.02. 


| oie 2 JUL79 ; 
DEC76 WN MODIFICATION TO IMPROVE PERFORMANCE 


JUL76 54440-90012 FEB77 54440-90013 8L 01 02 01 


JUL79 
FEB79 WO SERIES 1836 & BELOW.MOD TO IMP HANDSHAKE. 
JUN76 54470-90002 


FICHE 
DATE 


DEC77 54470-90005* 8L 01 
OCT83 54470-90014 8L 01 
MAR80° 54470-90016 . 8L 01 


FEB77 54470-90011 8L 01 


NOV75. 00545-90002* 8L 01 
JUL83. 90545-90005 8 01 


AUG76 54470-90010 
NOV75 .00545~90001 
NOV76. 00545-90004 
MAY83 00545-90004 
ocTs2 
APR72 PREVENTIVE MAINTENANCE & CALIB PROC 
= MODEL 5460 DISPLAY PLOTTER 1/0 


OCT70 05450-90030 DEC70 05450-90033 
SEP70 05450-90029 FEB71 05450-90034 


NOV70 05450-90029 ' 

JANT1 05450-90036 APR73. 05450-90040 
MAR71 05450-90037 APR73 05450-90041 
APR74 05451-90133 APR85 05451-90134 8L 
JUN74 05451-90170 DEC74 05451-90240* 


JUN74 05451-90170 DEC74 05451-90240% 


_ JUN74 05451-90170 DEC74 05451-90240* 


JUN74 05451-90170 DEC74 05451-90240* 
JUN74 05451-90170 DEC74 05451-90240* 
JUN74 05451-90170 DEC74. 05451-90240* 
JUN74 05451-90170 DEC74 05451-90240* 
JUN74 05451-90170 DEC74 05451-90240* 
JAN7S 05451-90247 FEB85 05451-90248 

JAN75. 05451-90247 FEB85 05451-90248 


__ JAN75 05451-90247 FEB85 05451-90248 
_ JAN75 05451-90247 FEB85 05451-90248 


JAN75 05451-90247  FEB8S 05451-90248 
JAN7?5 05451-90247 FEBBS 05451-90248 
JUN81 05451-90559.“ OCT82 05451-90560 
| ocTa2 05451-90560 - 


FICHE PART M PD P ; 
NUMBER DATE NUMBER LTV 

w+ DESCRIPTION ##* DESCRIPTION *ex DESCRIPTION eke DESCRIPTION *** DESCRIPTION #+# 
01 USE 54470A FICHE 54470-90016 


FOR MAGNETIC 
FOR USE WITH 


USE 5451-290 
USE 5451-291 
USE 5451-292 
USE 5451-293 
USE 5451-294 
USE 5451-295 
USE 5451-290 
USE 5451-290 


DEC7? 54440-90002* aL 01 02 oo USE 54440A FICHE 54440-90017 
JUL8O 54440-90017* 8L 01 02 ae USE 544404 FICHE B4AA0-90019 


— JULT9. 54470-90003* 8L 01 02 02 USE 544704 FICHE 54470-90014. 


1 USE 545A FICHE 00545-90005 


TAPE ‘INTERFACES 
CALCOMP PLOTTERS 


FICHE 05451-90248 
FICHE 05451-90248 
FICHE 05451-90248 
FICHE 05451-90248 
FICHE 05451-90248 
FICHE 05451-90248 


FICHE 05451-90248 


FICHE 05451-90248 


, PAGE 267 


“S9403A 


11108785 
| MODEL 
NUMBER 


S9A05A 


595008 


| 595014 
| 595018 
59600-100t 


6s 
6SA 


608 
| 60B/D 


60D/60DM 
60024 


60063A 
600638 — 


60065A 


60066A 
600668 


6011A 


11/08/85 
MODEL 


"PAGE 233 


ee ee oe - PAGE 243 11/08/85 
( oO LITERATURE - © H/C. “H/o PART FICHE FICHE PART MPD P. ; : : MODEL... 
bY7n kak Pus “ae err Ct TYPE DATE ae NUMBER __ DATE Eo NUMBER coe Dee To NE vGe eee NUMBER 


600638 


| 5451-292. «OPER NOTE JAN75 05451-90247  FEB85 05451-90248 8L 01 02 01 
3 030 & 031) | : a Sere oe 60065A 

ae | 5451-293 OPER NOTE JAN75 05451-90247 FEB85 05451-90248 8L 01 02 01 
(Ka) 79 (5451-294 «OPER NOTE JAN75 05451-90247 FEB85 05451-90248 8L 01 02 01 | 60066, 
5451-295 OPER NOTE JAN75 05451-90247  FEBBS 05451-90248 8L 01 02 01 600668 

5451-450 OPER MAN JUN81 05451-90559 OCT82 05451-90560 8L 01 02 02 


5451-451 . 


OPER MAN 


JUN81 


05451-90559 


_0CT82 05451-90560 


8.01 02 02 


6O11A 


PAGE 233 41/08/85 11/08/85 
. ; ~ MODEL “MODEL 


ae | PAGE 248 
LITERATURE H/S PART FICHE = FICHE PART M P OD OP 
: NUMBER ,. ; TYPE 3 _. NUMBER DATE NUMBER LT VeO6 NUMBER. 
TION  xee ; #kk DESCRIPTION *** DESCRIPTION xxx DESCRIPTION kkk DESCRIPTION kk DESCRIPTION kkk Pueth, 
ee pea 60114. 
CATION in oi | S451A sysTen ‘OPER MAN 05451-90099 JUN7S 05451-90104 04 WITH 5465A ADC PLUG-IN UNIT ‘ 
eae nae SOFTWARE MAN APR74 05451-90160 03 6012A 
PS : : ; Sveren SERV MAN ; APR75 0545° 02 WITH 5466A ADC PLUG-IN UNIT on 
: : os A SYSTEM OPER MAN JUN75 04 WITH 5466A. ADC. PLUG-IN UNIT 
SYSTEM SERV MAN NOV7S 05451-90359 02 WITH 5465A ADC PLUG-IN UNIT 
MAN CHANGE 05451-90004 
5451A OPTS OPER NOTE 05451-90091 JUL75 05451-90305 02 
5451A-074 OPER. NOTE 05470-90039 =: NOV75 05470-90057 01 
5451A-080 OPER NOTE APR73. 05471-90042 JUL7S 05471-90046 - 601228 
5451A-081 OPER NOTE APR73 95471-90042 .  JUL75 05471-90046 ne 
1 5451A-225 INSTALL/OPER NOTE  OCT72 05451-90031 JUN75 05451-90299 
5451a-250 INSTAL/OP/SERV NOTE AUG73 05451-90076 JUN7S 05451-90301 601238 
5451A-251 INSTAL/OP/SERV NOTE AUG73 05451-90076 JUN75 05451-90301 8L 01 pies 
5451A-252 INSTAL/OP/SERV NOTE AUG73 05451-90076 JUN75 05451-90301 8L 01 Bae 
5451A/8 SERV NOTE SET BELOW OcT82 : 601258 
ee APR72 PREVENTIVE MAINTENANCE t CALI8 PROC 
54518-1/5451A-2 MAR?4S ALL SER.S466A“ADC CIR BRD KIT UPDT TO STOP INTERMITTENT OPER OF FOUR CHNE : 
CONT'D 5466A. A-TO=<D CONVERTERS a : 
54510-2 DEC73 ALL 54518 SYS WITH MAGNETIC TAPE DRIVE.MOD TO STOP TAPE DROPOUTS 601268 
5451A/B-3 - NOT AVAILABLE 
5451A/B-4 - NOT AVAILABLE 
5451A-5/5451B-5 APR?74 ALL SER.5451A TO 5451B COMPUTER CONV 
. ieee - MODEL 5460 DISPLAY PLOTTER INTERFACE |. 60153D 
Ap 
» 5451B-6 AUG74 ALL SER. FIELD PREV MAINTENANCE. PROC 60155C 
5451A-7 - NOT AVAILABLE 
54518~-7/5477A-1 « AUG74 ALL SER.FIELD PREV MAINTENANCE PROC 
5451A-8 ; SEP74 ALL SER. FIELD 6023A 
5451B-8 - NOT AVAILABLE 
5451B-9 SEP74 ALL SER.IMPR FOURIER TRANSFORM ACCUR 
eee ne FEB75 QPER DESCRIP OF S466AA MULTIPLEXER 6024A 
A= tty 
54518-11 ~APR75. ALL SER.RESTART WITH DISC: OPTION 
5451A~10/5451B-12 MAY75. WN ANTI“ALIASING FILTER CALIB PROCEDURE 
54518-138/5451A~-118 DEC76 EIA TERMINA. INTERFACING Ps 
5460A71/5451B-14 JUNTS. 5460. PLUG-INS SER BELOW 1426A.DSPLY PROB: WI7 aH I/N OCTAVE SOFTWARE 602428 
5451B-15 NGV75 ALL’ SER.ROCKLAND:. 816 PROGRAM FILTER 
5451B-16/5451A—-12 NOV75 “ALL SER.OEM PRODUCTS REPAIR : 
5451B-17. MAR76 INPT/OUTPT EXTENDER WITH OPT 023 ; 60243A 
54518-18/5470B-2 DEC76 RECONFIG WITH FXL-GEN SOG TAPES : : : 
td Reser ai sce A SER 1748A. & BELOW.MOD TO PREVENT INTER OP OF SA77A SYS CONTROL. WHILE RNG MODAL. ANALS 
54518-20 JUL8O WO 5460A DISPLAY UNIT.SER 2020A & ABOVE.NUMERIC DISPLAY CHNGE FM NIXIE TO LED READOUTS 602438 


SYSTEM SERV MAN JUL74 05451-90186. ~ JUL75. 05451-90187 01 02 03 USE 54518 FICHE 05451-90472. 


PAGE 249 | 


ANI08185 6 ee mae 41/08 /85- 
MODEL O LITERATURE AIC H/C PART “FICHE "FICHE PART MP : e MODEL 
NUMBER _ = “TYPE: oo DATE 


NUMBER DATE. NUMBER betes | NUMBER 
kik DESCRIPTION kk DESCRIPTION *** DESCRIPTION kkk DESCRIPTION tkk DESCRIPTION tt : 


PAGE 235 


IN ie 


| 54518 


11/08/85 
MODEL 


NUMBER 


54518 


5451B. MODAL 


| 54516 opts 
545 1Bie 


545 1Beek 


5451B-MADIU 
54516-020 


| 54518-021 
- 54518-022 


54518-023 


' 5451B-060 


34518-061 
54518-074 


54516-110 


5451B-157 
54518-226 
54518-227 
54518-228 


| 54518-250 


14/08/85 
“MODEL 
NUMBER 


5451A°10/54518-12 


54518-138/5451A-11B 


5460A-1/5451B-14 
5451B-15. 
54518-16/5451A-12 
54518-17 


--5451B-18/5470B-2 


5451B-19/5451C-01 
5451B-20 


SYSTEM. SERV MAN 


LITERATURE 
TYPE 


_INSTAL/OP/SERV NOTE 


GE 

INSTALL & OPER DEMO 
SOFTWARE MAN. 

ba tens e OPER DEMO 
GEN P 

GEN Proc 

SYSTEM OPER MAN 
SYSTEM HARDWARE MAN 
MAN: CHANGE 

SYSTEM neey MAN 

MAN. CHANG 

INSTALL e “oper DEMO 


INSTALL NO 


MAN CHANGE. 


KEYBD COMMAND MAN 


OPER. & SERV. MAN 


OPER NOTE 


OPER & SERV MAN 
OPER/SOFTWARE HOTE 
INSTAL/OP DEMO. NOTE 
INS*AL/OP/SERV NOTE 
INSTALL/OPER NOTE 
INSTAL/OP/SERV NOTE 
INSTAL/OP/SERV NOTE 


INSTAL/OP/SERV NOTE 


_INSTAL/OP/SERV NOTE 


OPER NOTE 


OPER NOTE 


OPER NOTE 
INSTAL /OP/SERV. NOTE 
OPER/SERV NOTE 
INSTALL/OPER MAN 
INSTALL/OPER NOTE 
INSTALL/OPER NOTE 


_INSTALL/OPER: MAN | 
INSTAL/OP/SERV NOTE. 


LITERATURE 
TYPE 


DEC73. 05470-90038 DEC74 05470-90045 01 02 01 


MAY75 WN ANTI-ALIASING FILTER CALIB Peaeeoure 

DEC76. WN EIA TERMINA’. INTERFACING 

JUN75 WO 5460 PLUG-INS SER BELOW. 1426A.DSPLY PROB WI7H I/N OCTAVE SOFTWARE 

NCV75 WN ALL SER.ROCKLAND 816 PROGRAM FILTER 

NOV75 WN ALL SER.OEM PRODUCTS REPAIR 

MAR76 WN. INPT/OUTPT EXTENDER WITH OPT 023 

DEC76 WN RECONFIG WITH FXL-GEN SOG TAPES 

OCT78 WA SER 1748A & BELOW.MOD TO. PREVENT INTER OP OF 5477A SYS CONTROL WHILE RNG MODAL ANALS 
SJUL80 WO. 5460A. DISPLAY UNIT.SER 2020A & ABOVE.NUMERIC DISPLAY CHNGE FM NIXIE TO LED READOUTS 


JUL74 05451-90186 -JUL75 05451-90187* 01 02 03 USE 54518 FICHE 05451-90472 _ 


| 602428 


6024630 __ 


602438 


PAGE 249 


11/08/85 
H/C H/C PART FICHE FICHE PART M PD c ; MODEL 
DATE... NUMBER DATE NUMBER i NUMBER 
wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION wkk DESCRIPTION trick DESCRIPTION weK ee 
JUL74 05451-90183 FEB85 05451-90241. 8L 01 02 01 . 602456 
JAN75. 05451-90249 DEC7? 05451-90250. 8L 01 02 01 : oe 
DEC75 05451-90363 DEC76 05451-90364* 8L 07 02 01 USE 54518 FICHE 05451-90474 
DEC75 05451-90366 JAN76 05451-90367. 8L 01 02 02 : 8 ae 602468 
APR76 05451-90387 DEC76 05451-90388* 8L 01 O02 01 USE 54510-402/403 FICHE 05451-90507 
JUN76 05451-90417 FEB77 05451-90418. 8L 01.0201 is ie Senne 
“AUG76. 05451-90430 FEB7? 05451-90431 8t 07 02 01 ) GOSIA 


FEB77 05451-90458 APR77. 05451-90461 8L 01.02.04 

APR77 05451-90467 MAY80 05451-90468 8t 01 02 05 

MAR80. 05451-90467 

MAY77 05451-90471 DEC79 05451-90472 8L 01.02 03° 

SEP79 05451-90471 

MAY?77. 05451-90473 JUN77 05451-90474 8L 01 92 01 

NOV78 05451-90524 AUG84 05451-90525 8L 01 02 01 5451B-T0-5451C CONVERSION 

NOVS3 05451-90524 os ' 

OCT73. 05451-90080 FEB80 05451-90545 8L 01 02 01 

AUG75 05451-90335 NOV75 05451-90336 8L 01 02 03 

APR77 05451-90469 APR77. 05451-90470 8L G1 02 01 

JAn/5 05451-90228 FEB75 05451-90229 01 O02 01 **54518-1/3 OCTAVE. ANALYSIS 

MAR?77 05451-90465 APR77 05451-90466 8L 01 02 01 ***5451B/10697B 

OCT?7 05451-90477 OCT77 05451-90478  8L 01 02 01 

OCT7? 05451-90479 OCT77 05451-90480 8L 01 02 01 

JAN77 G5451-90455 APR77 05451-90456. 8L 01 02 01 

AUG75 05451-90329 AUG75 05451-90330* 8L 01 02 01 USE 54518/106978 FICHE 05451~90480 
AUG75 05451-90329 AUG?5 05451~90330* 8L 01 02 01 USE 54518/106978 FICHE 05451-90480 
AUG75 05451-90329 AUG75 05451-90330* 8L.01 02.01 USE 5451B8/106978 FICHE 05451-90480 
AUG75 05451-90329 AUG7S. 05451-90230* 8L 01. 02 01 USE '5451B/10697B FICHE 05451-90480 
NOV76 05451-90450 APR77 05451-90451 8L 01 02 01 


NOV76 05451-90450 APR77 05451-90451. 8L (1 02 01 


AUG?75 05451-90319 AUG75 G5451-90320 8L 01 02-01 
NOV75: 05451-90348 JAN76 05451-90349 BL 01 02 01 
MAY74 05451-90105 FEB85 05451-90234 BL 01 02 01 
AUG74 05451-90195 FEB85 05451-90196 8L 01 02 01 


AUG74 05451-20195 FEB85 05451-90196 8L 01 02 01 
MAY74 05451-90105 FEB85 05451-90234 8L 01 02 01 


DEC73 05451-90115 - FEBS 05451-90236 8L 01 02 01 


PAGE 250 


11708785 
MODEL 


"NUMBER _s~DATE.~=—=~=*C*«NUMBER «OL SOV:OCG | | NUMBER 
eek DESCRIPTION. pre DESCRIPTION ek DESCRIPTION tek DESCRIPTION. ick DESCRIPTION eae oS f 2 


ra PART FICHE FICHE PART ” a D P.: 


PAGE 235 


Noi 


IME WITH 


ONLY 


28189 1oe 
5451B-226 


5451B-227 
5451B-228 


54518-250. 


11/08/85 
MODEL 
NUMBER 

5A518-251 
5451B-252 


'5A518-270 


| 5451B-271 


5451B-272 
54518-273 


| 54518-2764 


54518-300 
54516~3i0 


54518-320 


54518-350 


| 54514B-400 


5451B-401 
5451B-402 
5451B-403 


5451B~420 
5451B-450 


11/08/85 
NUMBER : 


OPER/SERV NOTE 
INSTALL/OPER MAN: 


- INSTALL/OPER NOTE: 


INSTALL/OPER NOTE 
INSTALL/OPER MAN 


NOW75: 05451-90348 
MAY74 05451-90105 


AUG?74 05451-90195, 


AUG74 05451=20195 
MAY74 05451-90105 


INSTAL/OP/SERV NOTE DEC73 05451-90115 - 


LITERATURE Hc H/C PART 
TYPE 


DATE NUMBER 


JAN76 05451-90349 
FEBS 05451-90234 
FEB85 05451-90196 


~ FEB8S 05451-90196 
FEB85 05451-90234 


FEB85 05451-90236 


8L.01 02 01 
8 01°02 01 
-8L._01 02 61 


“BL 01 02 01 
BL 01 02 01 


8L 01.02 01 


FICHE FICHE PART M PD P 


DATE NUMBER 


PAGE £50 


LT VG 
kkk DESCRIPTION *kk DESCRIPTION *** DESCRIPTION kek DESCRIPTION tick DESCRIPTION wik 


INSTAL/OP/SERV NOTE DEC73 05451-90115 
INSTAL/OP/SERV NOTE DEC73 05451-90115 


INSTAL/OP DEMO NOTE MAR75 05451-90263 
OPER/SOFTWARE NOTE MAR77 05451-90465 


“INSTAL/OP DEMO NOTE MAR75 05451-90263 
INSTAL/OP DEMO NOTE MAR75 05451-90263 


INSTAL/OP DEMO NGTE MAR7S 05/.51-90263 


_INSTAL/OP DEMO NOTE MAR7S 05451-90263 


| sete 


GEN PROC 
OPER NOTE 


GEN PROC 
OPER NOTE 


GEN PROC 
OPER NOTE 


OPER MAN 
MAN SUPP: 1 


ides ae OPER DEMO 


SUPP N 
GEN PROC 
SERV MAN 


INSTAL/OP: DEMO NOTE 


GENERATION PROC 


INSTAL/OP: DEMO NOTE 


OPER & SERV MAN 
DISC. LOADING PROC 
GEN PROC 


DISC LOADING PROC 
GEN PROS 


OPER & SERV MAN 


SOFTWARE MAN 
MAN SUPP #1 
MAN. CHANSE 
SERV MAN 

MAN. SUPP 

MAN SUPP #2 
NAN cles NOTE 


LITERATURE. 
TYPE 


GEN PROC 


FEB76 05451-90376 
AUG76 05451-90432 


FEB76 05451-90374 
AUG76 05451-90432 


FEB76 05451-90378 
AUG76 05451-90432 


JUL76 05451-90401 
JAN7? 05451-90457 
JUL76 05451-90419 
JAN77 05451-90459 
AUG76 05451-90422 
JUN?77 05451-90475 


APR75 05451-90259 
MAY7S 05451-90302 


APR75. 05451-90259 


JAN76. 05451-90354 
SEP76 05451-90438 
SEP76 05451-90440 


SEP76. 05451-90438 
SEP76 05451-90440 


FEB76 05451-90382 


OCT74 05451-90201 
JSUL76 05451-90414 
APR79 05451-90201 
NOV74. 05451-90207 
AUG75 05451-90309 
JUL76 05451-90415 
mee 05451-90384 

05451-90413: 


P:4 UN76 
: INSTALL & OPER DEMO JULT6 (05859-90506 


H/C ——sH/C. PART. : . 
DATE NUMBER DATE = NUMBER «LT V6 2 
tee DESCRIPTION 4H DESCRIPTION +e DESCRIPTION kk DESCRIPTION # tik DESCRIPTION ek 


AUG76 05451-90428 


FEB85 05451-90236 
FEB8S. 95451-90236 


FEB85 05451-90264 
APR77 05451-90466 


FEB85 05451-90264 
FEBBS 05451-90264 
FEB85 05451-90264 


FEB85 05451-90264 


DEC76 05451-90377 
FE877 05451-90433 


DEC76 05451-90375 
FEB7? 05451-90433. 


DEC76 05451-90379 
FEB77 05451-90433 


DEC77 05451-90402 
DEC77 05451-90420 


FEB?? 05451-90423 
FEB80 05451-90476 


APR85 05451-90260 
FE885 05451-90303 


APR85 05451-90260 
JAN76 05451-90355 
FEB77 05451-90439 
FEB?7? 05451-90441 


FEB?7?. 05451-90439 
FEB?7? 05451-90441 


FEB80 05451-90383 
MAY79 05451-90202 


NOV77 05451-90208 


FE677. 05451-90385 
FEB77 05451-90407 


FICHE FICHE PART 


8L 01 02 
8L. 01 02 


8L 01:02 
8L 01 02 


8L 01 02 
8L 01 02 
BL 02 


¥ P e oP: 


‘FEB? 05451-90429 BL 01 02 o1 


haa 251, 


41/08/85 
MODEL 
NUMBER 


6068 


11/08/85 “S 
MODEL 
NUMBER 


608D 


bo ee 


11/08/85 
MODEL 
NUMBER 


54518-450 
| 5A518-454 


5451B-452 


| 54518453. 


5451B8-620 . 
54518-640 
54518-670 


54518-720 


/5451B-730 


54518-740 
5451B/S477A 
5451 


11/08/85. 
~ MODEL 
NUMBER 


5451C 


SW ELAAMG TIPU 


MAN SUPP #1 
MAN CHANGE 
SERV MAN 
MAN SUPP 
MAN SUPP #2 
OPER NOTE 


JUL?6 05451-90614 
APR79. 05451-90201 
NOV74 05451-90207 
“AUG?S 05451-90309 


MAN SUPP 1 
INSTALL & OPER DEMO jure 05451-90406 


~~ LITERATURE 
OO “TYPE 


_ GEN PROC 


NINSTALL & OPER. DEMO 
GEN: PROC 


ane & OPER DEMO 
GEN PRO 

INSTALL & OPER DEMO 
GEN RoC 


INSTAL/OP DEMO NOTE 
INSTALL & OPER DEMO 


OPER/SERV NOTE 
OPER/SERV NOTE 


Ada GUIDE 
MAN SUPP #1 

MAN SUPP #2 
INSTAL/OP DEMO NOTE 


GENERATION PROC 
INSTALL & OPER DEMO 
GEN PROC 

OPER MAN 

OPER MAN 


INSTALL & OPER DEMO 
INSTAL/OP/SERV NOTE 


OPER MAN 

SYS HARDWARE MAN 

SYS SERV MAN 
INSTALL/OPER DEMO 

OPER & SERV MAN 
INSTALL/OPER DEMO 
SYS HARDWARE MAN 

SYS SOFTWARE MAN 

MAN CHANGE 

SYS OPER MAN 

MAN CHANGE — 

MAN SUPP #1 — 

SYS SERV. MAN 

POCKET REF GUIDE 
INSTALL/OPER DEMO 

CUST SUPPORT. HANDBK 

MAN CHANGE 

SYS heen MAN 
MAN CHANGE . 


INSTALL/OPER DEMO. 
SYSTEM. SERV MAN. 
MAN CHANGE 


0 LITERATURE 
ps TYPE 


POCKET REF a 
SERV- NOTE. SET B 
Sa51B-19/S451C-01- 
CAlerens 


H/C 


DATE NUMBER 


AUG76 05451-90428 


JUL76 05451-90406 
AUG76 05451-90428 


JUL76 05451-90406 
AUG76. 05451-90428 


JUL76. 05451-90406 
‘AUG76 05451-90428 


SEP75 05451-90337 
NOV76 54440-90014 


JUL76 54470-90004 
OCT79 54470-90015 


MAY74 05451-90161 
AUG7& 05451-$0185 
JUL?7S 05451-90308 
MAR75 05451-90253 


AUG74. 05451-90191 
AUG76. 05451-90408 
AUG76 05451-90426 
AUG76 05451-90436 
JANOO 05451-90484 


AUG76 05451-90424 
NOV76 05451-90448 


MAR78. 05451-90489 
MAR78 05451-90493 
MAY78 05451-90495 
APR78 05451-90497 

05451-90502 


05451-20557 

pepe esd 

UL 5451-90563 

FEB82 Deas} 906s 
JAN83 05451-90565. 


H/C PART 


~~ JUL75 


EUs 2 UIE FULG 


“NOV77 05451-90208 


FE677 05451-90385 


FEB77. 05451-90407 


FICHE 
ATE NUMBER 


FEB?7 05451-90429 


FE87? 05451-90407 
FEB?7 05451-90429 


FEB?? 05451-90407 
FEB77 05451-90429 


FEB77 05451-90407 
FEB7? 05451-90429 


OCT75 05451~90338* 
APR77 54440-90015 


DEC77 54470-90005* 
MAR80 54470-90016 


FEB85 "05451-90162 


05451-90162 
05451-90254 


05451-90192+ 
05451-90409* 
FEB?77 05451-90427 
FEB77 05451-90437% 

8 05451-90482 


"05451-90425 
05451-90449 


05451~-90490* 
05451-90494* 
05451-90496* 
05451~90498* 
05451-90503 

05451~-90516* 
05451-90518* 
05451-90520 


05451-90530 


FEBS5 


AUG74 
FEB?7 


05451-90532* 
05451~-90541* 
05451-905 44x 
05451-90549 


05451-90558 


05451-90564 
05451-90566 


@L 


ol. 


BL 01 02 02 


8L 01 02 02 
8L 01 02 01 


8L 01 


8L 01 
8L 01 


8L.01 
8L 01 


8L 01 
01 


8t 01 
8L 


8L 01 
8L 01 


BL 
8L 01 
8L 


8L 01 


BL 01, 


8L 01 


01 


wi ve UU: 


re FICHE PART r P woe P 
T 
week DESCRIPTION *** DESCRIPTION #** DESCRIPTION aR DESCRIPTION | kick DESCRIPTION | RRR 


02 01 
02 01 


PAGE 251 11/08/85 “= 

MODEL 0 

NUMBER Cc 
68D é 
€ 
e : é 
608E 0 
0 
M 
§ 
. ¢ 
: é 
USE 54420A-S20 FICHE 05451-90443 , 
é 
USE 54518-670 FICHE 54470-90016 é 
6 
6 
P 
6 
é 
USE 54518-730 FICHE 05451-90427 6 
USE 5451B/10697B FICHE 05451-90478. ne 
USE 5451B-730 FICHE 05451-90482 é 
608F c 
0 
| 4 
USE 5451 OPT 450-451 FICHE 05451-90560 6 
USE 5451C FICHE 05451~-9051% 6 
USE 5451C FICHE 05451-90532 é 
USE 5457€ FICHE 05451-90516 6 
CARD 05427-60001 OR 05451-60025 é 
USE 5451C FICHE 05451-90544 6 
USE 5451¢ FICHE 05451-90558 é 
6 
6 
; é 
USE 5451C FICHE 05451-90566 g 
USE 5451C FICHE 05451-90571. 6 
USE 5451C FICHE 05451-90564 é 
é 
6 
a. 
é 
0 


610A 


ane: ae PAGE 252 11/08/85 
H/C H/C PART = FICHE. FICHE PART MP OD OP MODEL 
DATE NUMBER DATE NUMBER LT VG NUMBER oC 
tit DESCRIPTION #48 DESCRIPTION the DESCRIPTION *e% DESCRIPTION ei DESCRIPTION tock ce 
ou ocrs2 05451-90570 : DECBE | 05451-90571. “BL 01 02 01 . : jee , 
OCT78 WA SER 17484. & BELOW. MOD TO. PREVENT INTER OP OF 5477A SYS CONTROL WHILE RNG “MODAL, ANALS ee - 


11/08/85. 
MODEL 


NUMBER 


5451 


5451C-350 


54510-402 


| 54510-403 


“54510-4046 
5451-450 


54510451 


5452 


| 5452A 


S453A 


0 
C. 


LITERATURE | 
TYPE 


POCKET REF GUIDE 


SERV. NOTE SET BELOW 


5451B=19/5451C~01 
5451C-01 


5451¢-07 


INSTAL/OP DEMO NOTE 


OPER N 


INSTAL /0P/DE¥O NOTE 


MAN CHAN 
OPER NOTE. 
MAN CHANGE 


OPER & SERV MAN 


INSTAL/OP. DEMO NOTE 


OPER & SERV HAN 
MAN CHANGE 
SUPPLEMENT #1 

SUPP #1. MAM CHANGE 
INSTALL/OPER DEMO 


INSTAL/OP DEMO NOTE 


INSTALL/OPER DEKO 
INSTALL/OPER DEMO 


SOFTWARE MAN 
INSTALL /OPER DEHO 
INSTALL/OPER DEMO 
SOFTWARE MAN 


INSTALL/OPER DEMO 
INSTALL/OPER DEMO 


SERY NOTE SET BELOW 
 5450A-1/5451A-1/ 


5450A=6/5451A-6/ 


SYSTEM SERV MAN 
SYSTEM OPER MAN 
MAN CHANGE 
OPER NOTE 


OPER & SOFTWARE MAN 


mae cae HANDBK MAY80 05451-90548 
SYS HARDWARE MAN. 
MAN: CHANGE 
INSTALL/OPER DEMO 
SYSTEM SERV MAN 
MAN. CHANGE 


OCT81 05451-90548 
nant 05451-90557 
JUL83_ 05451-90557 
JUL81 05451-90563 
“FEB82 05451-90565 
JAN83. 05451-90565 


H/C H/C PART 


DATE NUMBER 


OcT82 05451-90570 


OCT78 WA SER 1748A & BELOW.MOD TO PREVENT INTER OP OF 5477A SYS CONTROL WHILE RNG MODAL ANALS 
_SUL80 WO 5460A DISPLAY UNIT.SER 2020A & ABOVE.NUMERIC DISPLAY CHNGE FM iaaze TO LED READOUTS 


FICHE 
DATE BER LT V6 
wee DESCRIPTION *#% DESCRIPTION *** DESCRIPTION *** DESCRIPTION *t* DESCRIPTION tk 


JAN82 05451-90549 
NOV83 05451-90558 


OCT81 05451-90564 - 


MAR83. 05451-90566 


', DECBe 05451-90571 
JANSS 


8L 01 02 04 — 
BL 01 02 04 


8L 01 02 01 


8 01 02 03. 


FICHE PART M P oD oP 
NUM 


8L-01 02 01° 


Th PP! ote, See ee ee ee Oe ay SO wee ee 


PAGE 252 


JUL8O WO 181AR.VAR PERS OSCILLOSCOPE.SPEC. BOTTOM COVER TO ELIH ELECTROMAGNETIC INTERFERENCE. 
SEP81 WN ALL SER.SERV NOTE INDEX 


JANS2 UN SER 1836 & SELOW;MOD TO. CHECK RATE TO IMPROVE PER 


JAN82 WA ALL SER SHTCH REGISTER CABLE MOD 
SEP&2 WN ALL SER.S4440A FILTER ADJ PROC 


DEC78 05451-90511 
DEC78 05451-90513 
APR8O 05451-90546 
JAN83 05451-90546 
APR80 05451-90551 
JANB3 05451-90551 


MAR78 05451-90491 
AUG78 05451-90506 
DEC78 05451-90527 
APR81 05451-90527 
APR?79 05451-90536 
MAY80 05451-90536 
MAR81. 05451-90555 


AUG78 05451-90506 
MAR81 05451-90555 


MARB1 05451-90555 


APR78 05451-90500 
SEP78 05451-90509 
JUL81 05451-90561 
FEBB2: 05451-90567 


SEP78. 05451-90509 
JUL81 05451-90561 


oo 
us 


APR72 


ocTt70 05450-90030 
SEP70 05450-90029 
NOV?O 05450-90029 
JAN717 05450-90036 


MAY75. 05453-90023 
DEC74 05453-90015 


oc 
PREV MAINTENANCE & 
MODEL 5460 DSPLY PLOTTER INTERFACE 


SEP82 WN ALL SER.54440A DAC ADJ PROC 


JAN79. 05451-90512« 


MAR8O 05451-90514* 8 


MAR83. 05451-90547 
MAR83. 05451-90552 


APR78 05451-90492* 
FE687 05451-90507* 


AUG84 05451-90528 


JUN81 05451-90556 


FEB81 05451-90507* 
JUN81 05451-90556. 


_ JUN81 05451-90556 


MAR81 05451-90501* 
MAR81 05451-90510. 
OCT81. 05451-90562 
FEB83: 05451-90568 


MAR81 05451-90510 
OCT81 05451-90562 


T82 


DEC70 05450-90033 
FEB71. 05450-90034 


APR73 05450-90040 


MAY?75 05453-90024 


MAY75 05453-90016 


CALIB PROCEDURE 


8L 01 02 01 USE 5451C-350 FICHE 05451-90547 


8L 01 02 01 


8t 01 G2 03 USE 5451C-402 FICHE 05451-90528 
8L 01 ue a USE 5451C-402 FICHE 05451-90556 


&L 01 02 01 


8L 01 02 01 USE 5451C-403 FICHE 05451-90556 


8L 07.02 01 


8L O17 02 03 USE 5451-450 FICHE 05451-90568 
8&L 01 02 a USE 5451C-450 FICHE 05451-90562 


8L 01 O2 O01 USE 5451¢~451 


8L 01 O2 01 


S452A~1 
5452A~6 


01 02 03 
01 02 05 


N 


L 07 02 G1 se 5451C-350 FICHE 05451-90552: 


FICHE 05451-90562 


01-02 01 FOR MAGNETIC TAPE INTERFACES 


01 02 04 
01.02 02 


11/08/85 
MODEL 
NUMBER 


6108 
61005¢. 


61005E 


101A. 


5453A-100 SUPERVISOR OPER MAN 
; i» MAN SUPP MAR?S 05453-90025 
CHAFTSMAN OPER MAN DEC74 05453-90017 


JAN75 05453-90018 01:02. 01 2 aa ; 
INSTAL/OP DEMO NOTE DEC74 05453-90089 


JAN75. 05453-90090 01 02 01. | 


11/08/85 Ne ee eg PAGE 255 11/08/85 
MODEL «<0. LITERATURE «H/C H/C PART FICHE FICHE” PART Wee Dep fe lo yA ee ee ent oe 0 
NUMB=R c TYPE DATE NUABER DATE NUMBER LT VG: NUMBER og: 

; OE ake ; a kkk DESCRIPTION wee, DESCRIPTION. ht DESCRIPTION wkK DESCRIPTION kk DESCRIPTION ake ae : 
SAGA OPER & SERV MAN _MAY76 00546-90001 JaNn?7 00546-20002 SL O1 02 01 USE 546A FICHE 00546-90006. 6112a MAN 
pe OPER & SERV HAN —-MAY7? 00546-99005 -AUGBS 00546-90006 BL 01 02 0 uns il he SER 
~— MAN CHAN _,, OcT8& 00546-90005 Z ee oe pees Ogg 
SERV NOTE SET BELOW JUL83 : Lo eo eee ee eS ga 
- S&6A=1 APR8O WD SER 17320 & BELOW.MOD: ‘TO IMPR PERF : song : aie 5 eee ; Ri oget ase 


11/08/85 
"MODEL 


| 5453-100 


SUPERVISOR OPER MAN DEC74 05453-90015 © MAY75 05453-90016 01:02 02 
MAN S ARYS 05453-90025 See 
CHAFTSMAN OPER MAN Dec?a Ge4s3-900i7 JAN75 05453-90018 102 01 t™” , 
INSTAL/OP DEMO NOTE DEC74 05453-90089 JAN75 05453-90090 «01 02 O01 


eee PAGE 255 11/08/85 
0 LITERATURE -sH/C_ H/C PART ‘FICHE . FICHE PART M PD P ; MODE! 
NUMBER c TYPE DATE NUABER DATE NUMBER LL T V6 vy ie NUMBER 
: eik DESCRIPTION *** DESCRIPTION #** DESCRIPTION *x* DESCRIPTION kkk DESCRIPTION tek ‘ : 
| 546A, OPER & SERV MAN —sMAY76. 00546-91001 JAN77 00546-90002* BL 01 02 or USE 546A FICHE 00546-90006 61124 
: OPER & SERV MAN MAY’? 00546-9005 AUG85 00546-90006 8L 01 02 0 , : 
MAN. CHANGE OCT84 00546-90005 
SERV NOTE SET BELOW ; JUL83 
. S&6AM1 APR80. WD SER 1732A & BELOW.MOD TO IMPR PERF 
ae : S&6a~2° : MAY83.. WO CONFIGRTN CODE 01A COMPON CHNG REGRD WHEN: CHENG rc atut 
5460A SERV. MAN SEP75. 05460-90007 NOV77 05460-90008* 8L 01 02 02 USE 5451C FICHE 05451-90558 
. MAN SUPP #1 FEB7S 05460-90009 
N: ~ SERV NOTE SET BELOW MAY78 : 
: ~< $460A-1/54518-14 JUNTS. HO 5460: LWITS SER BELOW 1426A.DSPLY PROB: WITH 1/N OCTAVE SOFTWARE ay 
5460A~2/1069781 MAR. WN SER BELOW 1632.CNTR OF ANALOG X-Y PLOTTER PEN LIFT BY MODAL. ANALYSIS Ir SOFTWARE. 
>. CONT'D ee IN A 5451B FOURIER ANALYZER 
5466A SERV NOTE SET BELOW ; MAY7. 
ee 5466i4~1 = MOT AVAILABLE 
a4 ‘54S14-9/54518-10/ FEB75 WN ALL SER.OPER DESC OF 54646A. MULTIPLEXR 
ER 
ef = ieee NOV76 WN SER 162D0A. IDENT OF HP P/N 05466-60013 INPUT BOARD 
ocd S46BA, OPER MAN FEB75 05468-90300 JUL75 05468-90301 01 02 01 
SUPP #1 MAY7S 05468-90308 
SERV MAN APR75 05468-90302 JUL7S 05468-90303 01.02 02 
MAN SUPP ~-JANOO 05451-90307 
547A OPER & SERV MAN ——- MAR76. 00547-90002 JAN78 00547-9G003* 8L 01 02 01 USE SA47A FICHE 00547-90007 
OPER & SERV MAN JAN78 00547-90006 MAR84 00547-90007 8L 01 02 01 
MAN CHANGE - 0¢T83. 00547-90006 
5470A SOFTWARE NOTE JUN73 05470-90027 —-—-DEC7S 05470-90028 8L 01 02 02 
SERV MAN MARY3 05470-90024 NOV77 05470-90046 8L 01 02 02 
MAN SUPP MAR75 05470-90050 
MAN SUPP. #3 AUG?76 05470-90052 
‘5470A-001 SERV MAN MAR?S. 05470-90024 NOV77 05470-90046 8L 01 G2 02 
ae MAN SUPP MAR?5 05470-90050 
HAN SUPP #3 AUG76 05470-90052 
-'5470A-003 SERV MAN MART3. 05470-90024 NOV77 05470-90046 8L 01 02 02 
MAN..SUPP : MAR75 05470-90050 
MAN SUPP #3 AUG76 05470-90052 
. 54708 OPER NOTE DEC73 05470-90038 FEB85. 05470-90045 8L 01 02 01 
SERV MAN -- MAR73 05470-90024 NOV77 05470-90046 &8L 01.02 02 
MAN SUPP MAR?5 05470-90050 ‘ 
"MAN SUPP #3  AUG76 05470-90052 
OPER. NOTE DEC73. 05470-90039 NOV75 05470-90051. 8L 01 02 01 
SERV NOTE SET BELOW ; MAY? 
54708-1 ee NOT AVAILABLE 
94518-18/54708-2 DEC76 WN RECONFIG WITH. FXIL.-GENERATED. SOG TAPES 3 an 
54710, SERV MAN -APR72 05471-90007 JUL75 05471-90044 8L 01 02 01. : : pS ie ce ale 
Fe SOFTWARE NOTE . SEPZ2 05471-90008 JUL7S 05471-90045 8L:01.02 02° : 5 


MAN SUPP — MAY74 


05471-90043 


eo 


| Pt eee ee ee ee ee 
S4S1B-7/5477A-1 AUG7A wo ALL SER. FIELD MAINTENANCE. PROC eee acs oes | Soren 


11/08/85 | Loe : ' PAGE 254. 41/08/85 
MODEL 0 _ LITERATURE H/c_ H/C PART =—FICHE FICHE PART PD e pos MODEL 
NUMBER C TYPE DATE NUMBER DATE. -~—sNUMBER” SLT SCV : | NUMGER::: 
: Sek DESCRIPTION the DESCRIPTION **# DESCRIPTION tik DESCRIPTION ‘ht DESCRIPTION #et 7 | 

| 5475. “SERV NOTE SET BELOW Y78- | E prest 
a SA7S—1 CTIA WN 54500 OR sas2n" FOURIER ANALYZER SYSTEM. LUB & ADJ PROC FOR KEYERD ASSY 
| 5477s SERV NOTE SET BELOW 


APR72._ 05471-90007 
SEP?72 05471-90008 
MAY74 05471-90043 


JUL?5 05471-90044 BL 01 02 01 


=») 1 SERV MAN 
: ae AULIS Doe ah? 8L 01 02 02 


SOFTWARE NOTE 
MAN SUPP 


41/08/85 PAGE 254 
MODEL 


SERV NOTE SET. BELOW 
5488A-1 


SYSTEM SERV MAN 
OPERATOR HANDBOOK 


MAY78. ; ; : 
SEP74 WO SER BELOW 948-00054. CORRELATION FORMULA CORRECTION LABEL 


“MAY77 05526~90035 


JUL77 05526-90037 


~ AUG?7? 05526-90036* 8L 01.02 04 USE 5526A FICHE 05526-90052 
~~ AUG?77. 05526-90038* 8L 01 02-01 USE 5526 FICHE 05526-90050 


haze 


0 _ LITERATURE H/C) H/C PART ~—_—FICHE FICHE PART MP DP 1 BR oe aa 
NUMBER  C.=*~*~*«STYESSC*‘“‘CSC*#@AT NUMBER DATE. —-—sNUMB L NUMBER ok 
utara : eee DESCRIPTION see DESCRIPTION *+* DESCRIPTION rick DESCRIPTION kek DESCRIPTION tok 7 
5475 SERV NOTE eer BELOW MAY78 | 3 ra Pe te 6128C- 
5475-1 -QCT71 WN 5450A OR 5452A FOURIER ANALYZER SYSTEM.LUB & ADJ PROC FOR KEYBRD ASSY 6130C 
5477 SERV NOTE SET BELOW ea MAY78 . ok ee : | 64298 SERV N 
: . 5451B-7/5477A-1 —-AUG74 WO ALL SER.FIELD MAINTENANCE PROC ae Sasa oa ae m 61298- 
547A. s*SCSERV MAN _JUN74 05477-90003  MAY75 05477-90004" 01 02 02 USE 5477A FICHE 05477-90009 se aciee Ros Rea peste 
SERV MAN AUG77 05477-90008 AUG77_05477-90009* BL 01 O2 O2 USE 5477A FICHE 05477-90011 I P508 
"SERV MAN APR79 05477-90010  SEP80 05477-90011* BL 01 O2 02 USE 5477A FICHE 05477-90013 __ | aan ae ee 
SERV MAN ~-NOVBO 05477-90012 ©» JANS2_ 05477-90013 8L 01 02 02 USE 5477A FICHE 05477-90015 61293 BCD «UPPER & 
SERV MAN APR82.05477-90014 JUN82 05477-90015 8L 01 02 01 cehaiat HAN CH 
| 54784 SERV.MAN OCT75 05478-90001  JAN78 05478-90002 8L 01 02 02 “A298 BIN OPE 
ee MAN SUPP 1s APR76 05478-90003 S128 BIN -2y, Oper e 
54788 SERV MAN ———~—Ss«CT75. 05478-90001 JAN78 05478-90002 8L 01 02 02 et eee 1 6429¢ SERV N 
MANE SUPP APR76 05478-90003 oe opt 
SERV NOTE SET BELOW NAY78 : ae 6131B 
5466A~3/54668-1/ NOV76 WN SER 1620A.IDENT OF HP P/N 05466-60013 INPUT BOARD : a Bent ~ p508 
-5478C OPER & SERV MAN JUN? 05478-90015 NOVB3 05478-90016 8L 01 02 03 Oore 
: MAN CHANGE JUL83 05478-94015 6130 
SERV. NOTE SET BELOW JUL81 . 6429¢- 
5427A-02 JAN80 SER 1928A00230 & BELOW.MOD TO IMPROVE 5427A SELF CHECK RESULTS  6129¢~ 
54786 "SERV NOTE SET BELOW JULEA 6 oe 
: 5427A-03 APR81 WN ALL SER-ADJ PROC G1e9C ped": . OPER 
| 548A OPER & SERV MAN © JUN76 00548-90001 —=-JAN77._ 00548-90002% &L 01 02 91 USE S48A FICHE 00548-90010 6129c BIN OPER & 
ioe OPER & SERV MAN —-JUN77 90548-90009 | OCT8S 00548-90010 8L 01 02 01 | 6930, PRELIM 
ee MAN CHANGE OCT84 00548-90009 | ee NAN CH 
54808 SERV VOL Il 111 IV JAN?1 05480-90013 APR71. 05480-90016 01 02 08 | ro pee 
; OPER & SERV MAN —-MAR?2_ 05480-90021 = JUN75 5420-90025 8L 01 02 05 | 6933A 
SERV NOTE SET BELOW MAY78 ; oP e450ae 
S480A-1A JAN70 WO SER BELOW 928-00176.IMFR A2A12 TIME BASE BOARD ; . 61318 
Bag0A-2. MAR7O WN ALL SER.IMPR ASA9.ADDRESS ADDER Boeke | 6933 
5480A-3 - ALL SER.SERV TIPS FOR PLOTTR 1/0 PRO 6130A- 
5480A/B-4 JAN7& WN SER BELOW 1248A00231 EXCEPT 1132A00220/221.MOD TO IMPR OSCIL TRACE 6130A~ 
5480A/B-5 OCT72 WN ALL SER.REQUIREMENTS FOR. AVERAGING 61318 
54808 SERV VOL II III IV JAN71 05480-90013  —-APR71 05480-90026 01 02 08 61308 OPER & 
OPER & SERV MAN MAR72 05480-90021 JUN7S 05480-90025 SL 01 02 05 Ni 
—S4B1A OPER MAN MAY73 05481-90004 FEB80 05481-90011 8L 01 02 02 
MAN. CHANGE OcT73 05481-90004 
SOFTWARE MAN APR73 05481-90005  FEBBO 05481-90012 BL 01 02 02 
SERV MAN MAY73 05481-90006 © FEB80 05481-90013 8L 01 02 01 
5481A-022 INSTALL/OPER NOTE APR73 05481-90008 --APR81.- 05481-90010 8L 01 02 01 
5488A 


11/08/85 i PAGE 255 11/08/85 ae 
MODEL LITERATURE H/C PART FICHE FICHE PART M PD P : MODEL 0 ag 
NUMBER TYPE NUMBER DATE NUMBER LT VG NUMBER CS, 

tick DESCRIPTION tik DESCRIPTION *#* DESCRIPTION #+% DESCRIPTION wie DESCRIPTION #t 
5500A OPER & SERV MAN -FER72 05525-91014 AUG74 05525-90020 - 01 02 04 61308 61208-5 
55008 OPER & SERV MAN FEB72 05525-90014 AUG74 05525-90020 ot 02 04 ea etme 
‘5500¢ "OPER & SERV MAN DEC73. 05526-90023 JUN75.05526-90026* 01. 02 04 USE 5500¢ FICHE 05526-90036 | 61308 BCD COOPER & 
OPERATOR HANDBOOK © SEP72 05526-90002 JAN?4 05526-90029 — O01 02 02 USE 5526A FICHE 05526-90038 hae eG MAN CHP 


Ses 8 


- '5488A-1 = —si(“(it~*t*é“‘«~*SS EPH WO SER BELOW 948-00054. CORRELATION FORMULA CORRECTION LABEL 


11/08/85 
MODEL 


| PAGE 255 17/08/85 
- LITERATURE H/C. H/C PART. FICHE FICHE PART M PD e MODEL 0 Ltt 
NUMBER C "TYPE DATE . NUMBER —_DATE NUMBER) LT OV NUMBER C 
aes ik DESCRIPTION #22 DESCRIPTION ee "DESCRIPTION sore DESCRIPTION #itk DESCRIPTION * tick oa 
5500A OPER & SERV MAN FER72 05525-9014  AUG74 05525-90020 01 02 04 61308 61208-5/ 
55008 OPER & SERV MAN FEB72 05525-90014 © AUG74 05525-90020 01.02 04 ae pe 
5500¢ OPER & SERV MAN DEC73 05526-90023 JUN75 05526-90026 01 02 04 USE 5500C FICHE 05526-90036 61308 BCD OPER & S 
OPERATOR HANDBOOK  SEP72 05526-90002 JAN74 05526-90029 — 01°02 02 USE 5526A FICHE 05526-90038 ? MAN CHAR 
SYSTEM SERV MAN MAY77 05526-90035 -«- AUG77_-05526-90036* 8L 01 02 04 USE 5526A FICHE 05526-90052 . . 
OPERATOR HANDBOOK  JUL77 05526-90037 AUS77 05526-90038" BL 01 02 01 USE 5526A FICHE 05526-90050 6130C OPER & S 
SERV NOVE SET BELOW. APR8&O : ork ; MAN CHAN 
— -5500¢—1 " JAN78 WN ALL SERJINTERPRET OF ZERO WARM-UP TIME SERV NOT 
 5500C-2/5501A-5 NOV79 WN ALL SER.TRELSHTG SUPP TO OPER & SERV MAN 8130B-5/ 
5526A-5 JUN?9 HO SER BELOW 1920A.REPL OF HI VOLTAGE & PET POWER SUPPLIES. 6130-2 
55005A ss USERS MAN. OcCT82 55005-90001 MAR85 55005-90002 8L 01 02 03 : Syeec re! 
MAN CHANGE . 0CT84 55005-90001 - ; 6130-4 
SSOIA. —s—=—=*«*PER & SERV MAN MART7 05501-90011 MAR79 05501-90012 BL Ot 02 O2 USE SSO1A FICHE 05501-90020 Siete 
es SYS OPER & SERV MAN DEC78 05501-90017 JAN79 05501-90018* 8L 01 02.04 USE S5O1A FICHE 05501-90022 | ee 
OPER & SERV MAN _—KAY79.: 05501-90019 AUG8D 05561-90020* 8L 01 02 02 USE S5SO1A FICHE 05501-90026 6130C BCD INTER NO 
SYS OPER & SERV MAN JAN80 05501-90021 AUG82 05501-90022* 8L 01 02 05 USE 5SO1A FICHE 05507-90029 : 
OPER & SERV MAN —MAY81._: 05501-90025 JUN85 05501-90026 8L 01 02 02 -6130c BIN OPER & S 
MAN CHANGE MAR85 05501-90025 ; oe ie 
SYS OPER & SERV MAN MAY83 05501-90028 MAR8S 05501-90029 8L 01 02 05 . | | 61398 SERV. NOT 
MAN CHANGE DECB4 05501-S0025 Pee 6308-27 
SERV NOTE SET BELOW JULB2. -  6933B-2 
5501-0 NOVB1 MN ALL SER.SERV NOTE INDEX 6130B-3/ 
5501A-3 DEC75 WA SER BELOW 1436A.REPL OF HV PWR SUPPLY 49338-3 
S501A~2 SEP77 WA SER BELOW 1712A.MOD TO ELIM RANDOM RETUNE FROB - 6130A-2/ 
5501A-2 JAN78 WN ALL SER. INTERPRETATION OF ZERO WARM-UP TIME 6131B-3 
5501A~4 ~ WO ALL SER.REPAIR OF NEW HI VOLT PWR SUPPLY IN EVENT LASER TUBE FAILS TO LIGHT 6933B- 
5500C-2/5501A-5 NOV79 WN ALL SER. TRBLSHTG SUPP TO OPER & SERV MANS 61318-4 
5014-6 FEB80 «= ALL. SER.NOTIF OF NEW SERV KITS 6130A-4/ 
BeUIAT JUN80 —- 10763A SER PFX 2012A & ABOVE.MOD TO IMPROVE PERF BY ADDING AUX RESET CAPABILITY 61318-5 
5501A~8 AUG81 WN REC CLEANING PROC FOR OPT INSTRUMENTS 6129B-2/ 
5504A-9 MAR82 WO SER 2020 & BELOW;LASER CURRENT FAULT INDICATOR SPECIFICA CHANGED 6131B-2 
5501A SiS. OPER & SERV MAN OCT76 05501-90007 APR77 05501-90008* 8L 01 02 04 USE S5SQ1A SYS. FICHE 05501-90014 P5080 
 GPER & SERV MAN SEP77 05501-90013 OCT77 05501-90014* 8L 01 02 04 USE 5501A FICHE 055.11-90018 61318 BCD OPER & S 
5505A OPER & SERV MAN FEB72 05525-90014 AUG74 05525-90020 01 02 04 moeeueN 
OPER & SERV MAN DEC?3 05526-90023 JUN75 G5526-90026* 01 02 04 USE S5SOSA FICHE 05526-90036 61318 BIN OPER & S 
OPERATOR HANDBOOK SEP72 05526-90002 JAN74 05526-90029 01 02 02 USE 5526A FICHE 05526-90038 | MAN CHAN 
SYSTEM SERV MAN MAY77 05526-90035 AUG77 05526-90036* 81 01 02 04 USE 5526A FICHE 05526-90052 . 
QPERATOR HANDBOOK — JUL77. 05526-90037 AUG77 05526-90038* 8L 01 02 01 USE 5526A FICHE 05526-90050 6131C OPER & S 
SEY NOTE SET BELOW JUL80 MAN CHAN 
 5526A~4 NOV72 WO SER BELOW 1708A.MOD TO. STOP DAMG<T...0.5500C LAZER HEAD ©& ANY OLDER LAZER WITH 1 NEW SERV. NOT 
CONT'D TUBE WHEN SED WITH S505A LAZR DSPLY 6129B-2/ 
S5054"1 . DEC73 WO SER BELOW 1312.SOLU FOR DECD DIVIDER NOISE PROBLEM 61318-6 
S505A"2 = NOT AVAILABLE p5080- 
5505-3 JAN76 WN SER BELOW 1436A.REPL Gf AS FUNC BRD ASSEMBLY 6131¢-2 
S505k~4 OCT76 4A SER 01007-01043,45,46,48,49,52 TO 57.REPL OF XFI FUSE HOLDER 1310-3 
— 5505A-6 - ALL SER.NOTIF OF NEW SERV KiTS. 1310-4 
55054-7 JANGO SER 1948A'  ABOVE.MEASMT CAPABILITIES USING PLANE MIRROR OPTICS 6131C-5 
5505-002 MAN SUPP 5525A/B/6A OCT71 05505-90007 Of T75 05505-90009 BL 01 02 01 6131C BCD 


‘INTER NO 


iREAREAAGE i 
TO aa: 
iBECERAROGEORRERUERGS: 


SERREALEZURSZSTOUEESE! 
Nee) ’ as - 
mugs bays a baGa & 
Sooo Bo Boog i on eee | 
g | hod anil 
. i im | | ieitio 
il ity i | er ee | 
PAGE 241 11/08/85 eee . e ae “PAGE 256 
ee MODEL 0 LITERATURE w/c H/C PART FICHE. FICHE PART M PD B 
. eres NUMBER TYPE DATE NUMBER DATE NUMBER LOT OV 
: DESCRIPTION se eek DESCRIPTION *** DESCRIPTION *ik DESCRIPTSON ick DESCRIPTION teks DESCRIPTION ich 
CECUTE TRIGGER vie 
aes 5510A OPER & SERV MAN MAR?7 05510-90012 APR77. 05510-90013* 8L 01 02 03 USE 5510A FICHE 05510-90015 . 
OPER & SERV MAN SEP78 05510-90014 - MAR81_05510-90015* 8L 01 C2 03 USE 5510A FICHE 05510-90017 
OPER & SERV MAN FEBB1 05510-90016 OCT85 05510-90017 8L 01 02 03 
MAN CHANGE MAY85. 05510-90016 ate 
SERV NOTE SET BELOW OcT8s 
5510A~1 APR85 WK SER 2520A03686.A9 CONTROL BD ASSY IC CHNG 
55124 OPER & SERY MAN JUN67 05212-9009 —«sJAN71._: 05212-90010 01 02 63 
MAN CHANGE OCT70 05212-9009 eee 
SERV NOTE SET BELOW APRBO 
5212A/5512A JUL66. SER BELOW 306. REPL DIODE FOR A1CR1 IN AMPLFR ASSY 
5212A/5512A-2 AUG66. SER BELOW 608.REPL TRANS FOR A8Q1 IN OSCIL. ASSY 
5512-02 OPER & SERV MAN JUN67 05212-9009 JAN71 05212-90010 01 02 03 
MAN CHANGE OCT70 05212-3009 
5512A~03 OPER & SERY MAN JUN67 05212-9009 JAN71 05212-90010 01 02 03 
MAN CHANGE OCT70 05212-9009 
5517A OPER & SERV MAN APR84 05517-90006 OCT85 05517-90005 8 01 02 02 
MAN CHANGE SUN@5 05517-90004 
OPER & SERV MAN MAY35 05517-90007 OcT85 0£517-90008 8k G1 02 02 
MAN CHANGE JUL85. 05517-90007 
7 OPER NOTE NOV83. 10797-90007 FEB84 10791-90008 8L 01 02 01 
| 5547A/18A SERV NOTE SET BELOW ocTs 
5517A/18A—1 APR85 WO ALL SER.REPAIR OF SAMPLE ASSY Seti 
5517A/18A-2 APR85 WN SER 2502A01N11 & ABOVE.NOTICE OF CHNG FROM 5518A LASER TUBE TD 5517A LASER TUBE IN 
Ma “CONT'D : 5518A LASER HEADS ae 
2-90009 
5518A OPER NOTE NOV83 10791-90007 FEB84 10791-90008 8L 01 02 01 
5525-010 OPER NOTE JANOO 05525-90005 SEP74 05525-90021 01 02 01 
XTAL OSC | 55254 _ OPER HANDBOOK aue71 05525-90012 APR81 05525-90023 8L 01 02 01 
OF DEFECTIVE — ae OPER & SERV MAN FEB72 05525-90014 AUG74 05525-90020 01 02 04 
a 5525A/8 SERV NOTE SET BELOW OcT79 . 
390006 5525A-1 ee NOT AVAILABLE 
5525-2 - NOT AVAILABLE eae 
3525A/8-3/5526A~4 JUN7S WN ALL SER.ELECTRICAL SAFTY CONSIDERATIONS FOR MACHINE TOOLS. 
~ 5525a/8- MAY75 WA ALL SER.LAZAR TUBE SAFETY. 
55258 OPER HANDBOOK AUG71 05525-90012 APR81 05525-90023 8L 01 02 01 _ 
-0736) OPER & SERV MAN FEB72. 05525-90014 AUG74 05525-90020 . 01 02 04. 
18 CAIU14) EIGHT a ate oa 
: 5526A. OPER & SERV MAN DEC73 05526-90023 JUN75 05526-90026*. 01 02 04 USE 5526A FICHE 05526-90036 


OPERATOR HANDBOOK SEP72 05526-90002 
. COMPENS FACT HNDBK SEP73 05526-90014 
MAN CHANGE AUG81. 05526-90074 
SYSTEM SERV.-MAN. - MAY77 05526-30035 
OrERATOR. HANDBOOK - Seyeg ceose eeees 


JAN74 05526-90029* 0% 02 02 USE 5526A FICHE 05526-90038: 
OCT81 05526-90032 8L 01 02 01 -90014 & -90068 INCLUDED et 


AUG?77 05526-90036* 8. 01 02 04 USE 5526A FICHE 05526-90052 
-AUG?77 05526-90038* 8L.01 02 01 USE 5526A FICHE 05526-90050 


OPER 


-_ OPERATORS HANDBOOK 


JUN78 05526-20047 


-SEP78 05526-90049 


~MAY79 05526-90548" BL 01 
NOV80 05526-90050 BL 01. 


USE 10585A FICHE 10585-90004 - 


USE 2526 FICHE 05526-90069 - 


KTAL. OSC 
SF. DEFECTIVE 


“90006: 


736) 
3. CA1U11) EIGHT 


PAGE 242 


DESCRIPTION Ke 


90015 


Al 
IE FREQ. 
qe 


| 4170885 
MODEL 


2 - 
= cnet A re ett ete eettntetieniettenitath tty elhnntestr 


5525A 


| S525A/8 


- NUMBER 


55264 


5526A-010 
5526A-011 
5526A-N30 
5526A-031 


5526A-032 


‘55Z6A-210 


55280 


552860 


‘552868 


55288A_ 


5526A-200 


OPER. HANDBOOK 


OPER & SERV MAN 
“SERV NOTE SET BELOW 


25A~1 


-S52e5a~2 
5525A/8-3/5526A-4 
oaeok/B=4 


OPER HANDBOOK 
OPER & SERV MAN 


OPER & SERV MAN. 
OPERATOR HANDBOOK 
COMPENS FACT HNDBK 
MAN CHANGE 


SYSTEM SERV MAN 
‘OPERATOR HANDBOOK — 


OPER 


“ao 


MAN 
OPERATORS. HANDBOOK 


LITERATURE 
ee TYPES 


~ SYSTEM SERV MAN 


USER'S GUIDE — 
USER'S GUIDE 


“OPER HANDBOOK SUPP 


OPER HANDBOOK SUPP 
OPER. MANDBOOK SUPP 
USERS GUIDE 

OPER HANDBOOK 

OPER HANDBOOK SUP 
SYSTEM SERV MAN 
SERV HANDBOOK SUPP 
OPER HANDBOOK SUPP 


SYS. MAN 
SERV NOTE. SET BELOW 
5526A-0 


5526A~1 


sa26A—2 


CONT'D 
5526A-3 
SpcpAle’S(5326\~4 
5526A-% 
5526A-5A 
5526A~6 


OPERATOR HANDBOOK 
OPT 010 OPER HNDBK 
OPER HKNDBK SUPP 
OPER !iNDBK SUPP 


OPER HANDBOOK SUPP 
SERV MAN. SUPP 


OPER HANDBOOK SUPP 
SERV MAN SUPP 


OPER HANDBOOK SUPP 
SERV MAN SUPP 
OPER MAN 

MAN CHANGE. 


OPER MAN 
MAN CHANGE 


USER'S GUIDE . 
SERV MAN 4 
MAN: CHANGE — 
USER'S GUIDE 

MAN CHANGE | 


USER'S GUIDE 


AUG71 05525-90012 
FEB72 05525-90018 


= NOT AVAILABLE 


APR81 05525-90023 BL 01 02 a 


--AUG74 05525-90020 
OCT79. « 


oe. NOT AVAILABLE — 


MAY75 WA ALL SER.LAZAR TUBE SAFETY. 


AUG71 05525-90012 


FEB72 05525-90014 
DEC73 05526-90023 


SEP72 05526-90002 


SEP73 05526-90014 
. AUG81 05526-90014 
MAY?7. 05526-90035 

JUL77 05526-90037 


JUN78 05526-90047 


SEP78 05526-90049 


H/C H/C. PART 


DATE NUMBER 


NOV78 05526-90051 
JAN8O 05526-90058 


-JAN80 05526-90060 


JANE) 05526-90062 
OCT&O 05526-90066 
DEC80 05526-90068 
APR81 05526-90070 
OCT81 05526-90072 
AUG81 05526-90074 
MAY&2 05526-90076 
OCT&2 05526-20080 


APRB1 05525-90023 


“AU674 05525-90020 
- JUN75. 05526-90026" 


JAN74 05526-90029* 
OCT81 05526-90032 


AUG77 05526-90036« 8 
MAY79. 05526-90048* 


-NOV80 05526-90050* 


FICHE 


SEP80 05526--90052* 
MAR8O 05525-90059 

MAR80 05526-90061 

MARSO 05526-90663 

DEC80 05526-90067 

JAN84 05526-90069 

JUL81 05526-90071" 
NOV81 05526~90073* 
DEC83 05526-90075 

JULB2 05526-90077 

JAN83 65576-9008 

JANB2 


SEP81 WN ALL SER.SERV NOTE INDEX 
NOV72 WO S5505A LAZER DSPLY SER BELGW 1108A.MOD 
SEP73 WO 5500C. LAZAR HEAD SER BELOW 1236A.PROC 


LAZER HEAD 


SEP72 05526-90002 
NOV72 05526-90004 
HUL79 05526-90055 


NOV72 05526-90008 


JUL?77 05526-90039 
JUN79 05526-90055 


-JUL7? 05526-90039 


JUN79 05526~90053 


JUL77 05526-96039 
JUN79 05526-90053 


FEB74 05526-90027 


APR75 05526-90027' 


SEP75. 05526-90030 
DEC75 05526-90030 


OCT82 05528-90003 
OCTS3 05528-90005 

85 05528-90005 
APR84 05528-90010 
AUG84 05528-90010 


APR83 55288-90006. 


ocTa4 35 288-90008 
APR83 55288-90006 


JAN74 05526-90029* 
OCT’? 05526-90043« 
OCT79 05526-90056* 
OCT77 05526-90045 


MAR8O. 05526-90040* 
MAR80. 05526-90054« 


MARBO 05526-90040* 
MAR8O 05526-90054* 


MAR80 05526-90040* 
MAR8G 05526-90054* 
JUN75 05526-90028 
OCT82 05526-90031 


MAY84 05528-90004 


‘OCT85 05528-90006 


MAR85 05528-90011 


MAY84 55288-90007* 
DEC84. 55288-99009 
MAYES 55288-90007" 


01 


BL 01 | 
. 01 


 AUG7? 05526-90038* aL 01 


8L 01 
BL 01 


8L 01 
8. 01 


01 
8L 01 
8L 01 


8L 01 


8L 01 
8L 01 


Bi Ot 
8L 01 


BL 01° 


8L 01 
01 


8L 01 


8L 01 
BL. 01 


8L 01 


BL 01 
8.01 
SL 01 


02 6 


JUN75 WN ALL SER.ELECTRICAL SAFTY CONSIDERATIONS ‘FOR 


MACHINE TOOLS. 


USE 5526A FICHE 05526-90036. 


. USE 5526A. FICHE 05526-90038 
| 90014 & -90068 INCLUDED IN -90033 


FICHE PART MP D P 
DATE NUMBER LT VG 
wee DESCRIPTION *** DESCRIPTION *** DESCRIPTION ike DESCRIPTION HI: DESCRIPTION tek 


‘USE 5526A FICHE 05°26-90052 
USE 5526A FICHE 05526-90050 


USE 10585A FICHE 10585-90004 - 
USE 5526A FICHE 05526-90069. 


; ne 27 


USE 5526A FICHE 05526-90073 
ANGULAR/FLATNESS INTERFER MSMT SYST 
SINGLE &/OR OUAL AXIS. PLANE MIRROR MSMT 
LINEAR INTERFEROMETER MEASUREMENT SYSTS . 


90014 & -90068 INCLUDED IN -90033 
USE 5526A FICHE 05526-90071 - 
USE 5526A FICHE 05526-90081 


TO STOP LAZER TUBE DAMG IN 5505A LAZER DISPLAY 
FOR FLD INSTAL OF REPL LAZR TUBE IN 5500C 


FEB74 WN S500A/B/C LAZER HEAD.ALL SER.LAZER SAFTY REGULATION IN USA 
JUN75 WN ALL SER.ELECT SAFE CONSDR FOR MACHINE TOOLS 
AUG78 WO SER 1648A & BELOW.MOD TO ELIM LASER STARTING. PROBLENS.. 

FEB80 WO SER BELOW 1920A.REPL. OF HI VOLTAGE & PZT POWER SUPPLIES. 
AUG81 HN REC CLEANING PROC FOR OPT ACCESSORIES 


USE 5526A-G10 FICHE 05576-90043 
USE 5526A-010 FICHE 05526-90056 
USE 5526A FICHE 05526-90063 


USE 5526A FICHE 05526-90077 
USE 5526A FICHE 05526-90075 - 


USE 5526A FICHE 05526-90077 
USE 5526A FICHE 05526-90075 


USE 5526A FICHE 05526-90077 
USE 5526A FICHE 05526-90075 


USE 5528A FICHE 05528-90014 


USE 552868. FICHE 55288-90009 


USE 552888 FICHE 55288-90009 


PAGE 243 


SCRIPTION Hee 


| 5526A-200._ 


S5Z6A-210 


528A 


| 55286A 
- 552868 
55288A 


Sony MAM ourr. 


OPER MAN 
MAN CHANGE 


OPER MAN: 
MAN CHANGE 


USER'S. GUIDE 
SERV MAN 
MAN CHANGE 
USER'S GUIDE 
MAN’ CHANGE 


“USER'S GUIDE 
USER'S GUIDE 


USER'S GUIDE 


VINEF UWIILO FULL 


FEB74 05526-90027 
APR75. 05526-90027 


SEP75 05526-90030 - 
DEC75 05526-90030. 


ocT82 05528-90003 
OCT83 05528-90005 
JUN85 05528-90005 


~ APR84 05528-90010 © 
_ AUG84 05528-90010 


APR83 55288-90006 


OCT&4 55288-90008 


~ APR83 55288-90006 


eb eahitad VISE FU 
~ JUN75. 05526-90028 
~ OCT82Z 05526-90031 
—-MAY84 05528-90004« 
~ OCT8S 05528-90006 
MAR85. 05528-90011 


- MAYB4 55288-90007 


DEC84 55288-99009 


lL Wet 


01 


BL. 01 


8L 01 


MGA Vi Usk JIJGOR TAN Te Te an ee 


02 0- 
02 02 — 


02 Of USE 5528A FICHE 05528-90011 


8 01 02.07 


8L 01 


BL 01 


“BL Ot 
MAY84 55288-90007% 


S&L 01 


02.07 


02:02 USE 552865 FICHE 95288-90009 
02 02 


02 02 USE 552888 FICHE 55288-90009 


11/08/85 | 
| MODEL 
NUMBER 


| 552a8s 
55324 


5532A-02 
5532A-03 


SS51A 


S551A~01 


5552A 
| SS554A 


55604 |. 
5580A 


53808 


| 5582A . 
5583A 
5585A 


- 5590A 
560 SERIES” 
560A 


ao 


~ LITERATURE 
TYPE 


USER'S GUIDE 

OPER & SERV MAN 
MAN CHANGE 

SERV NOTE. SET BELOW 


S232A/S532A~1A 
5232A/5532A-2 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
S551A~1 

5551A~2 


OPER & SERV MAN 
MAN: CHANGE 


TEMP OP. & SERV MAN 


OPER & SERV MAN 
MAN CHANGE — 


OPER & SERV .MAN 


OPER & SERV MAN 
MAN CHANGE — 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & vERV MAN 


“MAN. CHANGE 


OPER & SERV MAN 


MAN CHANGE 


SERV MAN 


OPER & SERV MAN 
MAN CHANGE 

OPER A SERV MAN 
MAN C 

SERV NOTE. SET BELOW 
560A-18 | 

560A-2D 


H/C: H/C PART 


DATE NUMBER 


OCT84 55288-90008 


MAR67 05232-9006 
MAY?77. 05232-9006 


FICHE 


SEP71 05232-9007 


FICHE PART M P D P 
DATE NUM L V 

sick DESCRIPTION %k% beSCRIPTION dick DESCREPTION ik DESCRIPTION saad DESCRIPTION #é 

DECB4 55288-90009 8L 01 


01 


 MAY78 , 
JUN66 ALL SER.REPL TRANS FOR A10u1 TO A1008 


MAY?71. 05232-9006 


NOV65 05551-9003 
MAR66 05551-9003 


SEP71 05232-9007 | 


SEP71 05232-9007 


_ NOV72 5951-6257 


MAY78 


= REPL XFMR KIT 
APR66 SER BELOW 554~.PREF REPL FOR A1Q1 


WOV65S 05551-9003 
MAR66 05551~9003 


JANOO 05552-90003 


MAR68 05554-9004 
SUN7P 05554-9004 


NOV70. 05560-90018 


JUL69 05580-9010 
JUN717. 05580-9010 


JUL69 05580-9010 


~JUN77 05580-9010 
~APR68. 05582-9004 


AUG69 05583-9004 


MAYS8 05585-9004 
OCTé68 05585-9004 


APR69. 05590-90005 


-au672 05590-90005 
JUL66 00560-9014 | 
JUL60 560A-501D 


FE861 560A-501D_ 
FEB65 00560-9012 


MAY66: 00560-9072 . 


NOV72 5951-6257 


AUG81 05552-90004 
SJUL80 05554-9005 


OCcT74 05560-90019 


- OCT8O 05580-9013 


“OCT80. 05580-9013 


APR81: 05582-9005 
APRE1. 05583-9005 
AUG71 05585-9005 


APR81 05590-90006 


APR85 00560-9015 
JUN79 560A-997 


~ (APR85 00560-9016 


coe MAYTBS ee 
MAY71 CAM SHAFT PARTS REPLACEMENTS 


TANS CLUTCH SOLENOID REPL PROCEDURE 


SEP66 SER BELOW 604.M0D TO A2 TRIG. ASSY 


MAR67. 05232-9006 © 
MAY71, 05232-9006 


MAR6? 05232-9006 


01 


01 


8L 01 


8L 01 


8L. 01 
8L 01 


8L 01 


BL 01 C 


8L 01 


BL 01 
BL 01 


02 02 
02 05 


IN DECD DIVIDER 


02 02 SERIALS PREFIXED 026~ OR 038- 


PAGE 258 


55830 OPER & SERV MAN AUG69 05583-9004 APREY 05583-9005 BL 01 02 02 


5585A OPER & SERV MAN MAYS8 05585-9004 =» AUG71 05585-9005 01 02 02 
= "MAN CHANGE OCT68 05585-9004 
5590 —=—=«*COP ER & SERV MAN _APR69 05590-90005 APRA? 05590-90006 8.01 02 02 
MAN: CHANGE  gue72. 05590-90005 Hee 
560 SERIES SERV MAN —-JUL66 00560-9014 - APR8S 00560-9015 BL 01 02 02 ua 
560A OPER & SERV MAN JUL60 560A-501D =—S—s«SUN79 5604-997 BL 01 O02 O2 SERIALS PREFIXED 026- OR 038- 
MAN CHANGE FEB61 560A-501D ts eee Rear es ae 
OPER & SERV MAN FEBS OO960~9012 APRA 00560-9016 BL 01 02 OZ 


MAN. C MAY66 00560-9012 


SERV NOTE. SET BELOW MAY78 
560A-18 MAY71 CAM SHAFT PARTS REPLACEMENTS 
S60A~2D. JAN68 CLUTCH: SOLENOID REPL PROCEDURE 


5636-2. & JAN70 WO REC PROC FOR CONV FROM 1158 AC TO 230 VAC OPERATION 
565A... OPER & SERV MAN JUL71 00565-9003 SJUL75 00565-9005 01. 02 01 


PAGE 244 =}. | -194./08/85.. e PAGE 259 
: noe MODEL 0 ~ LITERATURE H/C H/C. PART FICHE . FICHE PART. M P oD. P : oy 
: : ‘ : ee NUMBER. oC: oo PYPE : DATE NUMBER DATE NUMBER LT VG 
SCRIPTION sx a eae wkK DESCRIPTION wk DESCRIPTION xkk DESCRIPTION <*> DESCRIPTION Wkk DESCRIPTION wma 
“S60A S60A-3 = SER 120 + DOWN. PAPER ROLLER DETENT MECHANISM REPLACEMENT 
: eae > S60A~4 * SER. 170 + DOWNJINSTALL PROC FOR REPL. Z12 PRINT CONTROL. UNIT 
560A-5A - SER 345 + DOWN.FAN KIT STOCK S60A-95L REPL PROCEDURE 
560A-6 - SEX 495 + DOWN. OILITE BUSHINGS INSTALLATION PROCEDURE 
560A-7 - SER 496. + DOWN.MOTOR FUSE INSTALL 
" : : Ae S60A~8 - PRINT WHEEL + SOLENOID ASSY INSTALL 
»MOD TO IMPROVE : : 560A~9 ~ PAWL MAGNET ASSY REPL PROCEDURE 
: : Ge 560A-108 DEC?1 PRINT ARM ASSY RED". PROCEDURE ; 
560A-11B8 AUG71 INSTL. OF REPL PRIW: WHEEL ASSEMBLIES 
560A~12A - SER BELOW 009-1646. IMPR PERF + GREATER CONV MOD 
560A~13D = MAINTENANCE KIT 
S60A~14A FEB72 PRINTER MECH. MAINT SCHEDULE 
S60A-15A - SER 018-00213 + LOWN.MOD TO INCREASE CLUTCH RELIASILITY 
Bi ese ope ans 5S60A-16 JUN67 SER 026-01995 + DOWM.NOISE SUPPRESSORINSTALLATION 
IDICATIONS 560A-17 = SPRING REPL KIT INSTALLATION 
aoe : ae 561A/B SERV NOTE SET BELOW MAY78 
‘O. PREVENT STICKY 560A~-18 = CAM SHAFT. PRTS REPLACEMENT 
BEEP gee! Se epee S560A-2D JAN68 CLUTCH SOLENOID ASSY REPLACEMENT 
560A-7 - SER 166.4 DOWN.MOTOR PROT FUSE INSTAL 
560A-9 -: PAWL MAGNET ASSY REPL PROCEDURE 
560A~1(18 DEC?1 PRINT ARM ASSY REPL PROCOCEDURE 
560A~11B AUG?71 INSTL OF REPL PRINT WHEEL ASSEMBLIES 
560A-132 - MAINTENANCE KIT 
S60A~14A FEB72 PRINTER MECH MAINT. SCHEDULE 
S6D0A-15A > SER 387 + DOWN.CLTCH FILTR KIT INSTAL 
560A~16 JUNG? SER 387 + DOWN.NOISE SUPRES INSTAL 
560A~17 = SPRING REPL KIT INSTALLATION 
561A~1 = SER BELOW 267.ELEC + MECH MODIFICATNS : 
5618-2, ba SER 0114-00391 + DOWN PRINT WHEEL GEAR KIT INSTALLATION 
5618-3 AUG61 DUAL INPT COUPLER ASSY INSTALLATION ‘ 
5618 OPER & SERV MAN 2. JUN67 00561-9002 AUG70 00561-9003 01 02 01 SERIAL PFXES 038-,. 241- & 334- 
OPER & SERV MAN.1. FEB60 561B-501A JUL75 00561-9004 01 02 01 SERIAL PFXES 001-°& 016~ me 
MAN) CHANGE MAY60.561B-501A 
562A a OPER & rk MAN AUG71 00562-9006 JUN72 00562-9007 01.02 03 . Poaitgas ae 
- MAN: CHANGE APR72 00562-9006 ; 

; SERV NOTE SET BELOW . ocT79 are 2 2 : eage 
re 560A-18 MAY71 CAM SHAFT PARTS. REPLACEMENT. trv : ‘ 
pee we Be0A=2D ; : JAN6S CLTCH SOLENOID ASSY REPL PROCEDURE ; ae 

560A-9 - PAWL. MAGNET ASSY REPL PROCEDURE ; 
', 560A-118 AUG?1 INSTL: OF REPL PRINT WHEEL. ASSEMBLIES : . : : | 
560A-13D Ae MAINTENANCE KIT . : : 
: S60A~14A ) \s FEB72> = PRINTER MECH MAINTENANCE SCHEDULE : : : om 
560A~17.. ne = SPRING REPL KIT INSTALLATION ... : : ; 
j ; S62A-1A ; ef ANALOG “IR ASSY INSTALLATION : cae ; : 
ae S62A~2 APR A73Q7-+ A13Q15 REC REPLACEMENTS . 
: 562A~2-S yithes WA SAFETY. ALL SER.MOD TO ELIM SHOCK HAZARD INSIDE FRONT PANEL DOOR. ; CP RAPS a 
122 FP/N CHANGE aes | 5636: SERV. NOTE SET. BELOW MAY73. a . : 
i028. ete rl es : 5636-1 : JAN7O WO: REC REPL PROC. FOR FAN MOTO 


2 FP/N CHANGE 
28 oe 


11/08/85 
“MODEL 


PAGE 245, 
ne NUMBER 


‘RIPTION wie 


570A, 
S5700A 
| S701A 
5718 
5731 


580A. 
581A 
59300-10001 


SISOTA 


59303A 
“593040 


59306A. 


a eae ong =e ‘| aa jna joe: 


a A CUNVE SET BELOM 
- S60A-18 


39300-10002 


SERV: NUIE SEL SELUW 


S60A-18B - MAY?1 CAM SHAFT. PARTS REPLACEMENT. 
560A~2D JAN68 CLTCH. SOLENOID ASSY REPL PROCEDURE 
S60A-9 ac ren PAWL MAGNET ASSY REPL PROCEDURE 
560A-118 AUG?1 “INSTL OF REPL PRINT WHEEL ASSEMBLIES © 
360A~13D: = MAINTENANCE KIT. 
S60A-14A FEB72 PRINTER MECH MAINTENANCE SCHEDULE 
S60A-17 : = SPRING REPL KIT INSTALLATION 

. 562A1A = ANALOG “ZR ASSY INSTALLATION 
562A-2 - APR66 A13Q7.+.A13Q15 REC REPLACEMENTS 


562A-2-S -- JULT79 WA. SAFETY. ALL SER-MOD TO ELIM SHOCK HAZARD INSIDE FRONT PANEL DOOR. - 


SERV NOTE SET oo MAY?8 
'5636~1 “JAN70 WO REC REPL PROC FOR FAN M 


5636-2 JAN70 WO REC PROC FOR CONV FROM 115 Ryac TO 230 VAC OPERAT3ON 
OPER & SERV MAN JUL71 00565-9003 JUL75 00565-9005 0102 01 


ee oh ‘ : .. PAGE, #0 
LITERATURE H/C H/C: PART FICHE FICHE. PART is PD OP 
TYPE... DATE NUMBER DATE NUMBER T VG 
#kx- DESCRIPTION *** DESCRIPTION *# “DESCRIPTION wth DESCRIPTION whe DESCRIPTION fetch 


MAN. CHAN SEP72 00565-9003 JuL75 00565-9005 0102 01 
MAY71 CAM SHAFT PARTS REPLACEMENT 
JAN68  CLTCH SOLENOID ASSY REPL PROCEDURE 

- PAWL MAGNET ASSY REPL PROCEDURE 
DEC71 PRINT ARM: ASSY REPL PROCEDURE 

- MAINTENANCE KIT 
FEB72 PRINTER HECH MAINTENANCE SCHEDULE 

= SER BELOW 018-00213.INSTL CF CLUTCH FILTER KIT 
5604-17 - SPRING REPL KIT INSTALLATION 
OPER & SERV MAN _—-SEP65_ 00570-9002 OCT71 00570-9003 01 02 62 
OPER & SERV MAN —~»DECG6 05700-90000 —-FEB85 05700-90050 BL 01 11 02 
OPER & SERV MAN DEC66 05700-90000. —- FEB85 05700-90050 8L 01 11 02 
OPER & SERV MAN —_—MAR6B._:00571-9003 ocT74 00571-9004 01 02 02 


SERV NOTE SET BELOW 


APR79 
5731-1/5381-2 MAR6S — -REC ZENER DIODE REPLACEMENT 


OPER & SERV MAN MAR75 00580-9007 APR85 00580-9008 8L 01 02 02 
OPER & SERV MAN MAR?5 00580-9007 APR85 00580-9008. 8L 01 02 02 


SERV NOTE SET BELOW JAN82 
59300-14 JAN8S1 WN REV L.LIST OF .HP<IB TEST TAPES & INSTRUCT FOR COUNTER-TYPE PRODUCTS FM HP SACL DIV 
S9300A-2 : SEP8i WN ALL SER.NEW HP-IB TEST TAPE FOR HP85A CONTROLLER AVAIL, AS P/N 59300-10002 


SERV NOTE SET BELOW APR8&3 
59300A-2D FEB83 WN ALL SER.NEW HP-IB TEST TAPE FCR HP85A 


OPER & cay MAN AUG73 59301-90003 JUN85 59301-90004 éL 01 02 02 

MAN CHAN MAR85 59301-90003 

SERV NOTE SET BELOW APR82 

59301A-1 FEB76 WN ALL SER. NEW HP-1B VERIF ‘PROGRAM USING 9&20A. OF 9830A 

59301A-2 MAY77 WALL SER.HP-IB VERFN. PGM USING 9825A 

59301A-3 SEP81 WA SER 2012A02468 TO 2012A02530. JUMPER TO CORRECT IMPROPER OUTPUT LEVEL ON J1(1) 


OPER & ord MAN MAR74 59303-90001 JUN85 59303-90003 8L.07 02 02 


~-MAN. CHAN MAR85..59305-90001 


SERV NOTE SET BELOW SANS ; 
59303A-1 = ALL SER. HP-IB_VERFN PGM USING 9825A- 
59303A~2 OCT80 WA SER 2012A01375 & BELOK.REC IC CHANGE TO. GUARANTEE DAC SETTLING TIME SPEC 


OPER & ad MAN ANZ4 59304-90001 SEP79 59304-90005 BL 01 O2.02 
MAN CHAN JUL79 59304-90001 

SERV NOTE. SET BELOW : JANB1 

59304A-1 APR77 WN ALL SER.HP-IB VERFN PGM USING 9825A 


OPER é ay MAN. e OCT73 59306-90001... JUN85 59306-90003 8L 01 02 02 
MAN. C MAR8S. 59306-90001 
SERV. NOTE SET BELOW 


J ANB. Le eee . 
: 59 3C6A~1 AUG75 WO SER BELOW 1332A00200.MOD TO PREV LOSS. OF REMOTE CONTRL WHEN SUBJECT TO MECH SHOCK - 


S9303A OPER & eee MAN. MAR?74 59303-90001 _ SUNBS 29503-90005 8L. 01.02 02 


‘MAN CHAN MAR85 59303-90001 : 
SERV NOTE Ser BELOW JANB1 : 
59303A-1 ALL SER.HP=1B VERFN PCH USING 98254 
: 59303A~2... : ocTso WA-SER. 2012401375 & BELOW.REC ic CHANGE TO GUARANTEE DAC SETTLING TIME SPEC 
S9304A OPER & See, MAN. SANTA 59304-90001 _ SEP7Y 59304-90003 8L 01 02 02 
Zs MAN CHAN JUL79 59304-90001 


SERV NOTE "set BELOW JAN 81 
59304A-~ 4 APR77 WN ALL SER. HP-IB VERFN PGM USING 9825A | 


| 59306A OPER & SERV MAN OCT73 59306-90001 JUNBD 59306-90003 8L 01 02 02 
MAN. CHANGE MARBS 59306-90001 see ats 
SERV NOTE SET BELOW -JANBA : re ; 
59306A-1__ AUG75 WO SER SELOW 1332A00200.MOD TO PREV LOSS OF REMOTE CONTRL KHEN SUBJECT TO MECH SHOCK 


PAGE 246 9908/85” vg ele se eee “PAGE 261 
oe ‘MODEL. i LITERATURE H/C H/C: PART FICHE FICHE PART HM PD P.” 4 i ; 
MMER CC oTYPE—t™ NUMBER OD 


DATE NUMBER LT VG : 
kkk DESCRIPTION wet DESCRIPTION **x% DESCRIPTION *%% DESCRIPTION kkk DESCRIPTION tok 


59306A “ 59306A-2 ea ALL SER.HP=18 WERIF PROGRAM USING 982%%*% REPL BY 59306A~4 1078 
. ree WO SER BELOW 1632A00601.NOISE FILTR ON REN TO PREV NON-PROG DROPPING OUT OF REMOTE . 
WN ALL SER.HP=IB VER PGM USING 9825A — 
HN ALL SER.PROGRAMMING CODES ASCII A9&B9 ; 
WA SER 1712A & BELOW.DROPPING OUT OF REMOTE & UNPROGRAMMED RELAY STATE CHANGES 
WO SER 1920252380. & Serta WIRES OF A2W1i TO SOLDER LUGS TO PREVENT INTERMITTENT 
{CONT CONNECTION TO REAR TERMINA 
59306A-8 OCT8O WA SER 1920A02861 TO 1920K08170. INSTRUCT FOR REPL INCORRECT FRONT PANELS 


S9307A OPER & SERV MAN NOV73 59307-90001 NOV82._59307-90003* 8L 01 02 02 USE 59307A FICHE 59307-90005 
: “OPER & SERV MAN JUN83 59307-90004 JUN85 59307-90005 8L 01 02 03 

MAN CHANGE MAR85: 59307-90004 
SERV NOTE SET BELOW JAN8O 
S9307A-1 AUG?5 WO SER BELOW 1332A00180.MOD TO PREV LOSS OF REMOTE CONTRL WHEN SUBJECT TO. MECH SHOCK 
59307A-2 DEC76 WO SER BELOW 1632A00571.NOISE FILTR ON REN TO PREV NON-PROG. DROPPING OUT OF. REMOTE 
59307A-3 MAR?77 WN'ALL SER.HP-I8 VERFN PGM USING 9825A 
59307A~-4 SEP77 WA SER BELOW 1644A.MOD TO PREVENT SW FM DROPPING OUT OF REMOTE DUE TO EXCES NOISE SENS 


RIPTION ieleial 


ee ee 


59308A OPER: & see MAN ates etna enone NOV83 59308-90005 8L 01 02 02 
MAN CHANGE 59308-900 
SERV NOTE SET BELOW JUL83 

S9S08A=1A M WN ALL SER.HP-I8 VERFN PGM USING 98254. 

59308A-2 WA SER BELOW 1632A.MOD TO PREVENT GEN FM DROPPING OUT OF REMOTE DUE TO EXCES NOISE SENS 


>REVENT STICKY 59308A-3A WA SER 174GA00466 THRU 2012A00965.MOD TO CORRECT A1C23 BYPASS CAP INSTALLATION 


59308A-4 * WA SER 2012A00990 & BELOW. JUMPER WIRE TO CORRECT INTERMITTENT &/0k INCORRECT HP=IB OPER 


18 39309A OPER & SERV MAN DEC76 59309-90004 JUN85 59309-90005 8L 01 02 02 
ue MAN CHANGE MAR85 59309-90004 
SERV NOTE SET BELOW JANB2 
An1 JUL75 WO SER BELOW 1428A.KOD TO CORRECT OPERATION AT TURN-ON 
FEB77? WN ALL SER.PROG. THE CLK TO STORE & OUTPT TIME CORRECTLY 
JUN77 WN ALL SER.HP-IB VERFN PGM USING 9825A 
-90533 NOV79 WO PREF REPL OF HP-Z6 BDS,P/N 59309-60005 TO PREVENT INTERNAL. SHORT NEAR U14 
NOV79 WO MOD TO ALLOW USE.OF LARGE HP-IB CONN ON A2Jd2 
90016 tai JANS1. WA SER 1712A01887 TO 1920A02340. JUMPER WIRE MOD. TO trad WPRIPER STORE OPER. 


9309A~7 » OCT81. WA. SER 1920A02871 & BELOW.CORR OF HP=IB TALK OPER WHEN. UTcG ceed ZPOO1A HP-1IB EXT 
~ 59310A OPER & SERV MAN JUN75 59310-90007 JUL75 59310-90008 8L 01 02 02 


S9401A OPER & SERV MAN MAR?77 59401-90602 JUL85. 59401-90052 8L 01 09 03 
MAN. CHANGE MAR85S. 59401-90002 
-SERV NOTE SET BELOW ocTs85 ee 
 S9AOTATT APR85 WN SER 2512 & ABOVE;1914 & BELOW.SYSTEM II CABINETS. INCH/METRIC CONV 


594034 - OPER & SERV MAN FEB78 59403-90001 ieee 59403-90050 At 01 09 04 INCLUDES REV A&B 
“SERV nels SET: BELOW 


"REVENT: STICKY 


7. 
9 


APR77 WO SER BELOW 1426400281. MOD TO IMPR PROTECT OF CCI CIR IN DEDICATED a OPERATION 
SEP77 WA SER BELOW 1426A00431.MOD TO TIGHTEN TIMING RESPONSE TO IFC COMMAND | 

FEB79 WN SER 1426A01120 & BELOW.REC MOD TO IMPR DATA RELIABILITY 

AUG79 WN ALL SER.SERV HINT: TO ISOLATE 12V PWR SUPPLY FAILURE - 

; FEB80 WA SER 1426401320 & BELOW.MOD: TO PREVENT INADVERTENT IFC GENERATION 

: 59403A-6A JAN83 WA ALL SER.MOD TO IMPROVE INSTR REL. 


“OPEP NOVE MAY75 59405-90014 _ JUN75 59405-90061* 8L 01 09 G1 USE S9405A FICHE 59405-90091 
OPER. NOTE . © MAY75 59405-90014 JUN?5 pUM> 7068s 8L 01 09 01 USE 5S9405A FICHE SOROS 70071 


PAGE 267 6] ob f0B BB Pe ee ds a ay es ae 0 PAGE 262 
. Soe MODEL 0 + TTERATURE H/C: H/C PART °° ETCHE = FICHE PabT Mo UCR Uw 2 : : 


_ PAGE 27 


PTION., tek 


PAGE 248 


“59403A 


@ENV NVI obi 


59401 A-1 
OPER & SERV MAN 


59403A-2 
59403A-3 


SI403A-4 


59403A-~5 
S9AOSA-6A 


OPER NOTE 
OPER. NOTE 


DELVE 


- FEB78 59403-90001 
~, SERV_NOTE SET BELOW 
“59403A-1 


= WOICs. - : 7 ‘ 

APR85 WN. SER 2512 & ABOVE;1914 & BELOW.SYSTEM II CABINETS INCH/METRIC CONV 
‘gcT7g 59403-90050 8 &L. 01 09 04 INCLUDES REV A & 8B: 
PR8& 


APR77 WO SER BELOW 1426A00281.M0D TO IMPR PROTECT oF CCI CIR IN DEDICATED. LINE OPERATION 
SEP77 WA SER BELOW 1426A00431.MOD. TO TIGHTEN TIMING RESPONSE TO IFC COMMAND 

FEB79. WN SER 1426A01120 & BELOW.REC MOD TO IMPR DATA RELIABILITY 

AUG79 WN ALL SER.SERV HINT TO ISOLATE 12V PWR SUPPLY: FAILURE : 

FEB80 WA SER 1426A01320 -& BELOW.MOD TO PREVENT INADVERTENT IFC GENERATION 

JAN83 WA ALL SER.MOD TO IMPROVE INSTR REL 


JUN75 59405-90061* 8L 01 09 G1 USE 594D5A FICHE 59405-90091 
JUN75 59405-90064* 8L 01 09 01 USE 59405A FICHE 59405-90091 


MAY75 59405-90011 
MAY?5 59405-90014 


11108785 
|” MODEL 
NUMBER 


59405 


595000 


| s9so1a 
595018 
59600-10002 
6s 

6SA 

608 


| 60B7D 


60D/60DM 
6002A 


60063A 
600638 — 
60065A 


60066A 
600668 


60114 


11/08/85 
“MODEL 


NUMBER. 


mr X-) 


cage 
“¢ 


LITERATURE 
TYPE 


OPER. NOTE. 


PROG ‘ SERV MAN 


MAN C 


OPER '& Seay MAN 
MAN CHANG 


NGE 
=. SERV NOTE SET BELOW 


SERV NOTE. SET BELOW 


59500A-1 
39s00A=2 


OPER & SERV MAN 


OPER & SERV MAN 


SERV NOTE SET BELOW 


OPER & SERV MAN 
OPER & SERV MAN 
OPER & SERV MAN 


SERV NOTE SET BELOW 


60D—1A 
60D-2A 
142 


OPER & SERV MAN 


OPER & SERV MAN 
MAN CHANGE 


N 
sens eid SET BELOW 


6002A-3 
6002A-4 


OPER & SERV MAN 
OPER. & SERV MAN 


“OPER & SERV MAN 


MAN. CHANGE 


OPER & SERV MAN 


SERV NOTE SET BELOW 
600668-1/601268-1 


OPER & SERV. MAN: 


- UG84. 06011-90001 
SERV NOTE SET BELOW 


LITERATURE 
TYPE 


PAGE 262 


H/C H/C PART FICHE FICHE PART MP? D e “ 
DATE NUMBER... DATE NUMBER: bet v z 
#kk DESCRIPTION *** DESCRIPTION *%* DESCRIPTION tke DESCRIPTION work DESCRIPTION ik 


MAY75 59405-90017 JUN7S 59405~90067* 8L 07 09.01 USE 594054 | FICHE. 59405-90091 
DEC74 59405-90001 OCT78. 59405-90091. 8L 01.09 01 
AU6G78 59405-90001 aad 


NOV75 WN ALL SER-HP-1B TEST CARD 
MAY75 WN ALL SER.59405A FAILS VERIF PROGRAM 
AUG78 WO SER 1444001915 & BELOW.REC PROC FOR DATA RELIABILITY IMPROVEMENT 


NOV75 59500-90001 APR83.59500-90002 8L 01 21 02 . 
AUG82 59500-90001 


JANB2 
MAR78 WO SER BELOW 1809A00784.CIRC MOD TO IMPR PERF 
AUG81. WO SER 2133A02633 & BELOW.MOD TO PREVENT INTERMITTENT HP-IB. BUS HANGUP 


JAN77 59501-90001 —-FEB85 59501-90002 8L 01 21 02 

APRBS 59501-90004  OCT83. 59501-90005 8L 01 21 01 
ocTs 

OCT65 00006-91343  JUN79 00006-91393 8L 01 11 02 

OCT65 00006-91343 -JUN79 00006-91393 BL 01 11 02 


JUL65 00060-91320 NOV71 00060-91370 01.11 01 


MAY78 
MODIFICATION FOR OVEN: ASSEMBLY 


FES75 
MAY67 RECOMMENDED REPLACEMENT DIODES 
JUL65 CRYSTAL OVEN LOG DIODE SERVICE 


JUL65 60060-91320 


SEP76 06002-90001 
FEB82 06902-90001 


cT85 
JAN78. WO SER BELOW 1202-00796. MOD TO IMPR REL 
NOV8O WO SER 1938A03875 & BELOW.MOD TO ASSURE OVERVOLTAGE PROTECT DURING A TURN-ON FATLURE 
MAY85 WO. SER 2204A05926 TO 2248A08275.MOD. TO IMPR REL. 
MAY85 WO SER 2520A09725 & BELOW.REC PWR TRANS & CAP REPL 


NOV71 00060-91370 01 11 01 
FEBS3 06002-90006 &L 01 21 02 


DEC68 40063-90101 OCT72, 5951-6221 8 01.21 01 
JUNE? 60065-90201 JUN83 60063-90202 81 01 21 01 
APR68 60065-90001 JUN83 60065-90002 8 01 21 01 


FEB73. 60065-90001 
SEP69 60066-90101 


JAN83 60066-90102 8L 01 21 01 


ose - oct78 : 
FEB70 WO SER BELOW 00150.MOD TO CORRECT FUSE SIZE 

~ JUN85 06011-90002 8L 01 21 02 
- JUL85 ees 


sie ae 8 PAGE 263 
FICHE PART PAGE 263 


H/C WIC PART FICHE 
: > RUMBER L 


DATE - NUMSE®. >DATE 


PAGE 248 


TION itt 


MODAL. ANALS~ 


D READOUTS 


PAGE 249 | 


TON. dict 


600638 
60065a 


60066A 


600668 


6O011A 


11/08/85 
“MODEL - 
NUMBER 


6017. 


- 6012A 


601228 


60123A 
601238 


60125A 


60125B 
601268 


| 60153D 


60155C 
6023A 


6024A 


602428 


60243A 


602438 


41/08/85 
MODEL 


_ NUMBER 


OPER & SERV MAN 


“OPER & SERV MAN 


MAN CHANGE 
OPER & SERV MAN 


SERV NOTE SET BELOW 


60066B-1 /601268-1 
OPER & SERV MAN 


SERV NOTE SET BELOW 


LITERATURE 
“TYPE 


6011A~1 


OPER & aad MAN 
MAN’ CHAN 


SERV NOTE. SET BELOW 
° 6012A-1 
- 6012A-2 


6012A-3 
6012A-4 


- 6012A-SA 


6012A-6 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


OPER & SERV MAN 

MAN CHANGE 

SERV NOTE SET BELOW 
601258-1 

OPER & SERV MAN 
SERV NOTE SET BELOW 
600668-1 /60126B-1 
OPER & SERV MAit 


OPER & SERV MAN 


MAN CHANGE 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 
SERV NOTE SET BELOW 


- 6024A=1 


6024A~2 


OPER & SERV MAN 
MAN CHANGE 


OPER..&: SERV MAN 
MAN CHANGE 


OPER & SERV MAN 
MAN CHANGE 


LITERATURE 
TYE 


“SEP69 60066-90101 


“AUG80 06012-90001 


MAY68 60122-90201 


, SAN84 06923-90001 


JUN69 60063-90201 


APR68 60065-90001 
FEB73 60065-90001 


JUN83 60063-90202 &L 01 21 01 
JUN83 60065-90002 81 01 21 01 


JAN83 60066-90102 8L 01 21.01 


OcT78 ne 
FEB70 WO. SER BELOW 00150.MOD TO CORRECT FUSE SIZE 
AUGB4 06011-90001 JUN85 06011-90002 8L 01 21 02 
JUL85. ey 


H/C H/C PART FICHE FICHE PART M PD P 
DATE NUMBER DATE NUMBER 


LT .V& 
*ke DESCRIPTION %k* DESCRIPTION *** DESCRIPTION *&* DESCRIPTION tik DESCRIPTION ekK 


FEB85 WO SER 2530A00211 & ABOVE.MOD TO INCR REVERSE VOLTS PROT 


"FEBS 06012-90003 8L 01 21 02 
AUG82 06012-90001 


UL85 oe a 
OCT81 WO SER 1946a00148- & GELOW.CURRENT MONITOR RESISTOR CHANGE TO IMPROVE PERF 
OCT81 WO SER 2114A00300 & BELOW.NEW FAN INSTALL HARDWARE 


- OCT81 WO SER 2121A00380 & BELOW.MOD TO STABILIZE CONT BD IN PCB EDGE CONNECTOR 


WO. SER 2204A00770 & BELOW; MOD Ls eo +11V BIAS SUPPLY 
APR83 WO ALL SER.ASSY LEVEL, FET REPR P 
FEB85 WO SER 2426A02636 THRU 24262891 Ne 7426402910. REC METER REPL 


JUN83: 60122-90202 8b 01 21.01 
DEC74 60122-90201 


MAY68 60123-90101 
SEP71. 60123-90101 


MAY68 60123-90101 
SEP71 $0123-90101 


AUG68 60125-90201 
GCT73 60125-90201 


AUG68 60125-90201 
OCT73 60125-90201 


FEB70 WO SER BELOW 00350. MoD TO IMPR CROWBAR RELIABILITY 
APR69 60126-90201 JUN83 60126-90202 8L 01 21 01 
FEB70 WO SER BELOW 00150.moD TO CORRECT FUSE SIZE 

JUN69 60153-90402 JUN83_ 60153-90403 8L 01 21 01 


SEP68 60155-90301 JUN83 60155-90302. 8L 01 21 01 
OCT73 60155-90301 


JUN83 60123-90102 8% 01 21 01 
JUN83 60123-90102 8L 01 21 01 
MAR81. 60125-90202 8L 01 21 01 


MAR81, 60125-90202 8L 01 21.01 


SUN85 06023-90002 8L 01 21 02 
AUG84 06023-90001 


JUN8O 06024-90001 sane 06024-90004 8. 01 21 02 


ANS 
OCT82 WO SER 2129A01390 & BELOW.MODIF DRIVE CIR FOR NEW PUR FETS AiQi, ae 
OCT84 WO SER 2332A02990 & BELOW.AMMETER & NOLTMETER REPL: . 


OCT68 60242-90201 JUN8S. 60242-90202 8L 01 21 01 


OCT?3 60242-90201 


SEP69 60243-90201 
SEP71 60243-90201 


SEP69 60243-90201 
SEP71. 60243-90201. 


JUN83 60243-90202 8L 01 21 01 


‘JUNB3. 60243-90262 BL 01 21 01 


H/C H/C PART FICHE FICHE PART. MPODP 
DATE NUMBER DATE. ‘NUMBE 


R LT NN. 6 
kk DESCRIPTION tix DESCRIPTION #4% DESCRIPTION *** DESCRIPTION xxx nEScRTPTTON. whe 


DAL. ANALS 
READOUTS 


| 602428 


60243A_ 


602438 


Weevrt OF 


6024-2 


OPER & SERV MAN - 
MAN CHANGE 


OPER & SERV MAN 


MAN CHANGE 


_ OPER & SERV. MAN 


We SCG AV VER LIZ 


AVIS S SEV eMIVYSt CRA EL VAR TVA NER TN 


OCT84 WO SER 2332A02990 & BELOW. AMMETER & MORINEIER REPL 


OcT68 60242-90201 
OcT?3 60242-90201 


~ S€P69 60243-90201 


SEP71 60243-90201 


SEP69 60243-90201 
SEP71 60243-90201 


JUN83 60242-90202 8L 01 21 01 
‘JUNB3 60243-90202 8L 01 21 01 


‘JUN83 60243-90262 8L 01 21 01 


+ oa bw 


PIR) g Ke 


"MAN: CHANGE 


PAGE 249 PAGE 264) 


11/08/85 ae 
MODEL 0 . LITERATURE H/C H/C PART FICHE FICHE oo M PDP : : 
; ; : NUMBER Cc wos TYSE '. DATE NUMBER. DATE NUMBE! Lt oT VO & 
ON weit a (ie ; 2 : : ; “%kK DESCRIPTION *** DESCRIPTION kkk DESCRIPTION belated DESCRIPTION wae DESCRIPTION tock 
ales ; - 602458 OPER & SERV MAN MAY68 60245-90201 JUN83 60245-90202 8L 01 21 01 
2h MAN CHANGE —DECT4 60245-90201 
pees : 602468 OPER. & SERV. MAN JUN68 60246-90201 JUN83 60246-90202 8b 01 21 01 
0507 ; ; e : MAN CHANGE FEB76 60246-90201 
60310 OPER & SERV MAN. JUL84 06031-90001 JUN®5 06051-90002: 8L 01 21 G4 
ne ; SERV: NOTE. SET BELOW JULES : 
6031A-1 AUG84 WO SER 2426A00742 & BELOW.REC A8U8 ROM REPL TO IMPR PERF 
ae 6031A—2 FEB85 WG SER 2508A00243 & ASOVE.MOD TO INCR REVERSE VOLTG PROC 
6032A OPER MAN “- MAY84 06032-90001 AUG85 06032-90002 8i 01.21 94 
: MAN CHANGE AUG84 06032-90001 
SERV .NOTE SET GELOW t OcT84. 
6032A~1 - AUG84 WO SER 2415A00195 & BELOW. REC A8U8 ROM REPL TO IMPR PERF 
6033A OPER & SERV MAN DEC83 06033-90001 JUL85 06033-90002 8k 01 21 04 
MAN CHANGE MAR85 06033-90001 be 
SERV NOTE SET BELOW OcT84 : 
BES, 6033A~1 AUG84 WO SER 2424400311 & BELOW.REC A8U8 ROM REPL TO IMPR PERF 
PbO 36a, USERS GUIDE JANOO 06034-90003 FEB83 06034-90005 8. 01 21 0% 
. OPER & SERV MAN _— FEB83._ 06034-90606 OCT83 06034-90007 8L 01 21 03 
SERV NOTE SET BELOW ocTss5 
6034A~1 JANS2 Hit SER 2115A00220 & BELOW.MOD TO DELETE MICA INCULATORATOR 
6034A-3 JAN82 WG SER 2134A00220 & BELOW.MOD TO ELIM PWR-ON HANGUP 
6034A-4 FEB83 WO SER 2741A00271 & BELOW.MOD TO INCR REGULATION ADJ (R78) 
6034A-5-S JUNS2 WA SAFETY.SER 2141A00592 & BELOW.REV AC & NEUTRAL (ACC) AT PWR ule 
6034A-6 APR83 WO SER 2222A00750 & BELOW.REPL OF THrEE 16K EPROMS BY A 64 KR 
480 : 6034A~7 OCT82 WO SER 2222A00830. % BELOW.MODIF DRIV:. CIR FOR NEW PWR FETS Siete a2 
oe ; ; 6034A-8 MAY85 WO 6034A:SER 2420A 17594 70 2420A028 +26034L:SER 2423000946 TO 2423701304. FRT PAN REPL. 
480 eee CONT'T PARTS 
480 “1. 6038A — OPER & SERV. MAN NOV84 06038-90001 AUG85. 06038-90002 8L 01 21 04 
aad ; MAN: CHANGE MAR85. 06038-90001 
6038L OPER & SERV MAN NOV84 06038-90001 AUG85 06038-90002. 8L 01 27 04 
MAN CHANGE MARB5 06038-90001 
606A OPER & SERV MAN MAY71 00606-90013 APR85 00606-90014 8L 01 04 02 
: MAN CHANGE SEP74 00606-90015 


SERV NOTE SET BELOW - AN81 

606A-1 2 ‘SER BELOW 229. HEADPHONES CIR. MOD 

606A~28 AUG69 WO SER BELGN. 038-01732.REPL OF PERCENT MODULATION OR baie VOLTS METER 
( ORIVE CABLE ASSY REPLACEMENT 


606A-4 APR64 SER BELOW 038-02230.TANK COILS REPL 
GOG6A-SA = SER BELOW 244-04031. TUNING CAP MOL 
606A-6. APR6? SER BELOW 248-04131.METER ACCUR MOD 
606A-7 - MAR67 WN SER BELOW 417-06031.IMPR SWR + ELIM OF LAMP SELECTION 
606a-8: JUL64 ILLUSTR PARTS IDENTIFICATION 
A-9 SEP67 ALL SER.V3. +. V4 REC REPLACEMENTS : 
606A/8-10 .* AUG70 606 VIDEO TAPE SERVICE TIPS 
6A—11 AUG75 WA SAFETY.SER 1352413896: THRU 1433413910. ELIMINATION OF F POTENTIAL sHocK HAZARD - 
606A/B=12 : SEP80 WO ALL SER.REC REPL FOR MOD & ne OUTPUT .METERS 


| 41708785 PAGE 265, 
MODEL 


PAGE 250 


O | LITERATURE —s*H/C “we sane FICHE ‘FICHE PART MPD P. 
‘NUMBER «C—;—i«~=~‘t~*:*é‘CSCTTY PES DAT R DATE oN 


a | NUMBE T UMBER. Lo TV G6 
IN ee ap ae ee kk DESCRIPTION et DESCRIPTION tick DESCRIPTION #H# DESCRIPTION kk ‘DESCRIPTION sie 


m 


é 
606A/B~12 | 


MALI VALS AVSET NS SAMY Sele ¢ 


APR64& SER BELOW 038-02230.TANK COILS REPL 
in SER BELOW 244-04031.TUNING CAP_MOL 
APR67 SER BELOW 248-04131.METER ACCUR MOD 


MAR67 WN: SER: BELOW 4177-06031. IMPR SHR + ELIM OF LAMP SELECTION | 
- JUL64 ILLUSTR PARTS IDENTIFICATION = ~ a 

ALL SER.V3 +-V4 REC. REPLACEMENTS 

Aug70 $06. VIDEO TAPE SERVICE TIPS 

AUG75 WA SAFETY.SER 1352A13896 THRU 1433A13910. ELIMINATION OF POTENTIAL SHOCK HAZARD. 
SEP80 WO ALL SER. REC. REPL FOR MOD & RF OUTPUT METERS 


41/08/85 
MODEL 
NUMBER 


| 6068 


| 608A 


6088 
608C 


608D 


0 
Cc 


LITERATURE 
TYPE 


OPER & SERV. MAN 


MAN CHANGE 
MAN CHANGE UK 


SERV NOTE SET BELOW 
6068-1 
6068-2 


6068-3 


~ 606B=4 


6068-5 
6068-6 
6065-7 


* 606B~8 


6068-9 
606A/B-10 
6068-11 
606-U-11A-S 


- 606A/8~12. 


‘OPER & SERV MAN 
SERV NOTE SET BELOW. 


608A-1 


. 608A-2A 


608A~-3A 


608A-11 


OPER & SERV MAN 


OPER & SERV MAN 
SERV NOTE SET BELOW 


608C=2A 
608C-3/608D-5 
608C/D/E/F=1A 
608C/D/E/F-28 
608C/D/E/F-8 


. 608C/D/E/F-9 


608D-3A 
608D-46 


OPER & SERV MAN 
SERV NOTE SET BELOW 


608C-2A 
608C-3/608D-5 
608C/D/E/F-1A 
608C/D/E/F-28 
608C/D/E/F-8 
608C/D/E/F-9 
6080-18 


 608D-2A 


91/08/85 “= 
‘MODEL 


LITERATURE .. 
TYPE 


. SEP72 00606-90017 


H/C. H/C PART 
DATE =. NUMBER 


PAGE 265 
H/C H/C PART FICHE FICHE PART M PD E 
DATE NUMBER DATE NUMBER LT V 
ek DESCRIPTION *** DESCRIPTION *** DESCRIPTION wee DESCRIPTION *** DESCRIPTION wre 


NOV80 00606-90078 SL 01 04 02 
SEP80 00606-90017 
JAN75 00604-90017 

JAN81 


NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE .. 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 
NOT AVAILABLE 


~ aue70 606 VIDEO TAPE SERVICE TIPS 


AUG75 WA SAFETY.SER 1401A03959 THRU. 1518A04461.SHOCK HAZARD ELIMINATION 
JUN76 WA SAFETY.SER 1446U01006 THRU 1446U01025.SHOCK HAZARD ELIMINATION 
SEP&O. WO SER 1862A & BELOW.REC REPL FOR MOD & RF CUTPUT METERS 


JANOO 608A/B-SO1A ue on608-90028 | - 01 04 02 
A 


9 
= NOT AVAILABLE 
a ATENU ASSY REPL PROC FOR 608A + 6088 
JUL64 ALL SER.OSCIL + AMP.LF JURE FOR 608A + 6088 REPLACEMENT PROCEDURE 
- . - NOT. AVAILABLE . 
= NOT AVAILABLE 
= NOT 2AILABLE: |. 
JUN69 WO REPAIR PROCEDJRE OF oe STPUT ATENUATCRS 
= NOT AVAILABLE | 


> Led! te: 
NOT AVAILABL 


- ,ue7s WA SAFETY.SER 4352413896 THRU 1433A13910. SHOCK HAZARD ELIMINATION 


JANOO. 608A/B-SO1A JUL75. 00608-90028 01 04 02 
JUN73 00608-90036 peace 00698-90037. 8L 01 04 02 


= SER BELOW 247-04756.MOB FOR REGULATED DC FILAMENT OPERATION - 

ILLUSTR PRTS  IDENTIFICATIC# 

SER SETWEEN 2747-04756 + 548-06809.MOD TO DC FIL SUPPLY TO IMPROVE CIRCUIT PROTECTION 
AUG69 WO SER BELOW 8£2-07365.MODULN OSCIL CIR MOD 

APR69 WO SER BELOW 832-07540.R7 + R&B REC REPL 

APR69 WO SER BELOW 832-07415.F1 FUSE REC REPL 

SER BELOW 1287.PWR MON ASSY REPL 

OCT78 WO SER BELOW 2354.REC SILICON RECT CONV 


DEC71 00608-90031 ape 00608-90032 . 01 04 02 


= SER BELOW 247-08115.REG DC FILAMT MOD 
MAY64 ILLUSTR PRTS IDENTIFICATION 
FE867 SER BETWEEN 247-08115 + 548-11960.DC FILAMENT SUPPLY MODIFICATION 
AUG69 WO SER BELOW 828-12505.MOD. TO MODULATION OSCILLATOR CIRCUIT V2 
APRO69 WO SER BELOW 828-12556.R7 + R& REC REPL 
APRES WO SER BELOW 828-12506.F1 FUSE REC REPL 

FREQ DRIFT REDUCTION 
= SER 992 + DOWN.5 Mi!Z CRYST OSCIL DISABLING PROCEDURE 


2 


PAGE z66 
BCR FICHE PART MP. D P 


NUMBER oC 


608D 


608D-3A 


ZAGRnR. itm 


DATE NUMBER Eee ee 
kik DESCRIPTION balatal DESCRIPTION bates DESCRIPTION ek DESCRIPTION whe ‘DESCRIPTION cashier 


JUL69 W WO: SER BELOW ‘2383.PWR MONITOR “AssY REPL 


11% SEE PE: 


11/08/85 
MODEL 
NUMBER 


608F 


610A 


11/08/85 
MODEL 
NUMBER 


| 6108 


0 
C 


SERV NOTE SET BELOW 
608C-2A fiz 


C 
608C~3/6080-5 
608C/D/E/F<1A 
608C/D/E/F-28 — 
608C/D/E/F-8 
608C/D/E/F-9.- 

6080-18 
608D-2A 


LITERATURE 
TYPE 


608D-3A 


-- 608D~48 


608D-68 
OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANGE. 

SERV patie SET BELOW 
608E/F 

GO8E/F=10 

608E/F~11 


- GO8E/F-U-12 


608E/F=13. 
608E/F-U-13 
608E/F-14 
6OBE/F=15 
608E/F-16 
S08E/F-17 
608E/F-18 
608E/F-U-18 
608E/F-19 
608E/F-20 
608C/D/E/F~1A 
608C/D/E/F-28 
608C/D/E/F-8 
608C/D/E/F=9 


OPER & SERV MAN 
OPER & SERV MAN 
MAN CHANGE 

SERV NOTE SET BELOW 
608E/F=1. 
608E/F=10 
608E/F=11 
608E/F-U-11 
608E/F=12 
608E/F-U-12 
608E/F-13 


608E/F-U-13 


608C/D/E/F-%A 
608C/D/E/F~28 
608C/D/E/F-8 
608C/D/E/F-9 


“OPER & SERV MAN 


: 


_ LITERATURE 
TYPE 


OPER & SERV HAN 


JAN8O 
SER. BELOW 247-08115.REG bc FILAMT MOD 
ILLUSTR PRTS. IDENTIFICATION | 


MAY64 
SER BETWEEN 247-08115 + 548-11960.DC FILAMENT SUPPLY MODIFICATION 


FES67 


AUG69 WO SER BELOW 828-12508.MOD TO MODULATION OSCILLATOR CIRCUIT V2 
APR69 WO SER BELOW 828-12556.R7 + RB REC REPL 

APR69 WO SER BELOW 828-12506.F1 FUSE REC REPL 

FREQ DRIFT REDUCTION | 

SER 992 + DOWN.5 MilZ CRYST OSCIL DISABLING PROCEDURE 


PAGE 266 
H/C 


DATE 


H/C PART FICHE ies pant ] P DP 
UMBER 


N DATE NUMB tL T.V 6 
kk DESCRIPTION *** DESCRIPTION wick DESCRIPTION *t* DESCRIPTION *e* DESCRIPTION » tke 


WO SER BELOW 2383.PWR MONITOR ASSY REPL 
WO SER BELOW 4916.REC SILICON KECT CONV. 
WO. DIODE CRT REPLACEMENT 


00608-90024 NOV80 00608-90025* 8L 01 04 02 USE 608E FICHE oos08-90047 
See eonee MAY82 00608-90047 8: 01-04 02 


JANEO 

¢ BELOW 710-00571.TRANSTR Q7 REPL 
BELOW 8353-02171. CAP.C216. REPL 

BELOW 832-02121. DIODE CR1 REPL 

BELOW U881-00521.DI0DE CR=1 REPL 

BELOW. 833-02671.RF LEAKAGE MOD 

BELOW U831-00501.RF LEAKAGE MOD 

BELOW 983-03671.MOD TO REDUCE AM NOISE SIDESANDS 

BELOW U831-00698.AM NOISE SIDEBND RED MOD 

SER.PWR LEVELING PROCEDURE 
, SER.TRANSTR 114 REPLACEMENT 

SER.608 VIDEO TAPE SERVICE TIPS 

833-02670 + DOWN.MOD TO CONNECT PINS + CONNECTORS TO ALC BOARD 
1207A SER 637~00321.AM + FM NOISE MOD 
SER 1451001310 + DOWN.AM + FM NOISE MODIFICATION 

ALL SER.DIODE CRe2 REPLACEMENT 
6OSE:SER 1826A: & BELOW;608F ALL SER. PREFERRED PART REPL FOR SERIES REG TRANS 21 
SER BELOW £10-00225.M0D TO DC FILAMENT SUPPLY TO IMPROVE PROTECTION 
SER BELOW 826-01211.MOD TO MODULATION OSCILLATOR CIRCUIT V2 

SER BELOW 833-01821.R7.+ R&B REPL 

SER BELOW 826-01321.REPL FOR FUSE F1 


00608-90024 NOV80 00608-90025* 8L 01 04 cs USE 608F FICHE 00608-90047 
See ecpnae MAY82 00608-90047 8L 07 04 0 


JANS8O 
710-00500 & DOWN. TRANSTE Q7 REPL 
832-01301 & DOWN.CAP C216 REPL 
832-01251 & DOWN.DIODE CR1 REPL 
U831~-00306.DIODE CR1. REPL 
832-01501 .& DOWN.RF LEAKAGE MOD 
U331-00292 & DOWN.RF LEAKAGE MOD 
977-01776 & DOWN.AM NOISE MOD 
9831-00375. © DOWN.AM NOISE MOD 
SER.POWR LEVELING PROCEDURE 
SER.«TRANSTR Q11 REPLACEMENT 
SER.608 VIDEO TAPE SERVICE TIPS 
SER 8352-01500 & DOHN.ALC. BOARD MOD 
SER 610 THRU 1221A.AM & FM MOD = 5 
SER 1203000475 & DOWN.AM & FM MOD 
ALL SER.DIODE CR22 REPLACEMENT : 

) 608E:SER 1826A & BELCW;608F ALL ER. PREFERRED PART REPL FOR SERIES REG TRANS 3 
608E/F SER 610-00225 DOWN. FILAMENT SUPPLY MODIFICATION 

SER 827-00951 & DOWN.CIR V2 MOL 
APR69: WO SER. 832-01151 & DOWN.R7 & R& REC REPL 
APR49. WO. SER 832-01001. & DOWN.F1 FUSE REC REPL 


AUG62 610A-900 MAR75 5080-5707 01 04 01 


JULES 
OcT7s 
AUGGS 


FEB70 
APR81 
APR82 


APR6S 
APR69 
FEB70 
SEP69 
FEB70O 
APR70 


APR69 
FEB70 


APR81 
APR82 


APR69 


PAGE 257 


H/C. PART FICHE FICHE PART MPD P 
NUMBER A MBE 


DATE Re ee We, x : 
tek DESCRIPTION, ##H DESCRIPTION ik DESCRIPTION #4 DESCRIPTION. tek DESCRIPTION tick 


AUG62 610A-900 - MART5 5080-5707 on 04 01 


610A 


11/08/85 
MODEL 


6108 
61005¢_ 


-O101A, 


61048 
6105A 


6106A 


6110 


6111A 


11/08/85 
MODE 


_” NUMBER. 


612A 


NUMBER 


61005E 


6102A 


MAN CHANGE 
- Bibtasiveioea—1/ 


Vr t 


608E/F~20 
608C/D/E/F-TA. | 
608C/D/E/F-28 
608C/D/E/F-8 
608C/D/E/F-9 


- OPER & SERV ‘MAN 


LITERATURE 
TYPE 


OPER & SERV MAN 


OPER & SERV MAN 


MAN CHANEE. 


OPER & SERV MAN 
MAN CHANGE 


OPER & rte MAN 


MAN. CHANGE 
“SERV NOTE SET BELOW 


“6101A“1/6102A~1/ 
6106A~1/6111A$1/ 
6112A-1/6113A-2/ 
6116A~1 


OPER & ly MAN 


MAN’ CHANGE 
SERV NOTE SET BELOW 
6101A-1/6102A-1/ 
6106A-1/6111A-1/ 
6112A=176113A-2/ 
6116A~1 


OPER & SERV MAN” 
MN CHANGE 


OPER & SERV MAN: 
MAN CHANGE 


OPER & SERV MAN 

MAN CHANGE 

SERV NOTE SET BELOW 

6101A-1/6102A-1/, 

-6106A~1/6111A-1/ 
6112A=-1/6113A~2/ 
6116A~1 


OPER & nent MAN 

MAN. CHAN 

SERV NOTE SET BELOW 

6110A~1/6516~1 
6110A~2 


CPER & SERV MAN 


MAY CHANGE 
SERV HOTE SET raais 


6112A°1/6113A-2/ 
6116A~1 


6111A-2 


OPER & SERV MAN 


LITERATURE | 
TYPE 


SERV NOTE SET 
6106A~1/6119A-1/ 


meV WV ALL OCENRs VIVE URES REP LAVEMENNS 
SEP79 WO 608E:SER 1826A & BELCW;608F ALL ER. PREFERRED PART REPL FOR ‘SERIES REG TRANS Q7 
FEB67 608E/F SER 610-00225. DOWN. FILAMENT SUPPLY MODIFICATION 

AUG69 HO SER 827-00951 & DOWN.CIR V2 MOL 
APR69 WO SER 832~01151 & DOWN.R7? & R8& REC REPL 
APRO9: WO SER 832-01001 & DOWN.F1. FUSE REC_ REPL 


AUG62 6104-900 MAR75 5080-5707 =. - 07.04 01 


PAGE 287 
H/C H/C PART FICHE —- FICHE PART M a D 8 
DATE NUMBER 


DATE NUMB: L 
wke DESCRIPTION *** DESCRIPTION kk DESCRIPTION kk DESCRIPTION *** DESCRIPTION: wrk 


AUG62 610A~900 MAR7S 508-5707 01 04 01 
APR76- 5950-1774 DEC78 5950-1830 8L 01 21 02 
APR78 5950-1774 

JANB2 5950-1865 APRB3 5950-1866  8L 01 21 01 


NOV82 5950-1865 


NOV66 06101-90001 SEP82.0$101-90002 © 8. 01 21 01 
NOV76 06101-90001 : 


' APR79 . 
- 6101A SER BELOW 600.MOD TO IMPR REL 


NOV66 06102-90001 JUN83 06102-90002 8L 01 21 01. 
NOV76 06102-90001 i : 


— APRTQ. 
MAR65 — 6102A. SER BELOW 230.MOD TO IMPR REL 


JUN72 5950-5976 APRS. 5950-1945 ‘BL O1 21 02 


“NOW81 5950-5976 
JUN72 5950-5976 APR83 5950-1945 BL 01 21 02 


NOVB1 5950-5976 


NOV66 06106-90001 ‘APRB4 06106-90002 8L 01.21 01 
NOV71 06106-90001 


PR79 
MAR65 6106A: SER BELOW 695. MOD TO IMPR REL 


MAY67 06110-90001 SEP84 06110-90002 8st 01 21.01 
FEB81 06110-90001 


APR79 
MAY69 WO 6110A SER BELOW 0051236516A SER BELOW 810.MOD TO. IMPR 50 HZ OPERATION 
OCT#8 WO SER 1815A01507 & BELOW.REC MOD TO REPLACE ZENER DIODE 1902-0763. 


NOV66. 06111-90001 FEB83 06111-90002 8L 01 21 01 
OCT81. 06111-90001 


APR79 
MAR65 6111A SER BELOW 656.M0D TO.IMPR REL 


OCT78 WO SER 1606A02096 & BELOW.REC MOD TO REPLACE ZENER DIODE 1902-763. 
NOV66 06112-90001 JUL84 06112-90002 8L 01 21 02 


PAGE 268 


ye. We Bint: “FICHE FICHE PART MP DP . 
“DATE NUMBER DATE NUMBER LT VG 
tke DESCRIPTION **% DESCRIPTION sik DESCRIPTION ee DESCRIPTION ek DESCRIPTION fe 
Guat 06112-90001 Jules 06112-90002, BL 01 21 02 
R 


LOW AP 
MARSS | 6112A SER BELOW 849. MoD dhe ‘IMPR REL 


year: SD Eee ee eee ee ee, ee ee ee oe Ont ee 


“6106A~1/6111A-1/ 
612k 1/6113A-2/ 


Ant 


 6T4TAR2 OCT78 WO SER 1606A02096 & BELOW.REC. MOD TO REPLACE ZENER DIODE 1902-11763. 
612k OPER & SERV MAN —NOV66 06112-90001  JUL84 06112-90002 BL 01 21 02 


11/08/85 . : | | es page Beg. 


MODEL 0 LITERATURE H/C H/C PART —- FICHE FICHE PART MP p i 
NUMBER C ~ TYPE DATE NUMBER DATE NUMB LT 
' kirk DESCRIPTION kik DESCRIPTION tik DESCRIPTION kkk DESCRIPTION *** DESCRIPTION six 
6112A MAN. CHAN JUL81 06112-90001 JULE4 06712-90002 8L 01 21 02 
eo SERV NOE SET BELOW - APR79 
6101A-1/6102A-1/. MAR6S ~=©=—-6112A SER BELOW 849.MOD TO IMPR REL 
-6106A~1 /6111A-1/ 
6192h1/61154-2/ 
611 2A~2 UCT7& WO SER 1634A01849 & BELOW.REC MOD TO REPLACE ZENER DIODE 1902-0763. 
61130. OPER & SERV MAN NOV66 06113-90001 FEB83 06113-90002 8L 01 21 01 
MAN CHANGE 0C7¥81 06113-90001 
SERV NOTE SET BELOW APR79. 
- 6V13A—1 MAY69 WO SER BELOW 00245.MOD TO STOP HI FREQ OSCILLATION 
6101A-1/6102A-1/.- MAR6S) = 613A BELOW 325.MOD TO IMPR REL 
 O1N6A“T/6111A=17 
Oi AeAnT/61ISA-2/ 
‘ 611SA-3 OCT78 WO SER 1617A01250 & BELOW.REC MOD TO REPLACE ZENER DIODE 1902-0763. 
6114A. OPER & SERV MAN JUN72 5950-5976 APR83 5950-1945 L041 21 02 
; MAN. CHANGE NOV81 5950-5976 
SERV NOTE SET BELOW ocTs1 
6114A-1 AUGB1 WO SER 1928402290 & BELOW. PREF REPL FOR THE THUMBWHEEL ASSY 
6115A OPER & SERV MAN JUN72._ 5950-5976 APR8S 5950-1965 8L 01 217 02 ~~ 
as MAN CHANGE NOV81 5950-5976 vee 
SERV NOTE SET BELOW ee Onv8t 
6715A-1 AUGS1 WO SER 1937A0100C & SELOW.PREF REPL FOR THE THUMBWHEEL ASSY 
61168 OPER & SERV MAN. NOV66 06116-90001 FEBSS 06116-90002 aL 01 21.01 
SERV NOTE SET BELOW 79 


APR 
6101A$1/6102A~1/ MAR65. -6116A SER BELOW 725.MOD To IMPR REL. 
6100A-1/6117A~1/ 
61124°1/6113A-2/ 


6116A~1 PS Se he : 
6116A-2 . - OCT78 WO SER 1741A01825 & BELOW.RES MOD TO REPLACE ZENER DIODE 1902-0763. 
“612A OPER -& eee AUG71 00612-90003. JANS2 00612-90004 8 01 04 02 
MAN CHAN NOV81..G0612-90003 
SERV NOTE SET BELOW eas: APR81 
612A-1 APR54 CHECKING MODULN METER CALIBRATION 
612A-2. ihe ee SER 328 & DOWN.RELAY INSTAL PROCEDURE 
612A73 - SER 328 THRU 835.HEATER SUPPLY MOD 
612A-4 DEC69 WO OUTPUT ATTEN. REPL PROC 
612A-5B . -MAR65 SER 329 THRU. 299-01815.RECT REPL 
6124-6 SEP69 WO SER 446-04467 & DOWN.MOD TO IMPROVE MODULATOR LOW FREQUENCY RESPONSE — 
- 612A-7B OcTé65 SER 533-04417 & DOWN. TURNON SURGE MOD 
 OT2A~8A APR69 WO SER 6017-05133 & DOWN.MOD TO PROTECT. R95 + R97 INSIDE RF TUNING ASSEMBLY 
612A-9 DEC69 WO SER 7412-05783 & DOWN.CR21 PREFER REPL 
612A-10 APR69. WO SER 352-03615 & DOWN.DC FILAMENT MOD 
672A~11 SEP79 WO SER 1826A & BELOW.PREFERRED PART REPL FOR SERIES REG TRANS ai 
612A~12A JAN81 HN SER 1914A & BELOW.MOD FOR IMPROVED EXT MOD FREQ ACCURACY 
6128C “OPER -& aeey MAN JAN74 06128-90002 JAN85 06128-90004 6L 01.21 03 
MAN CHANG JAN82 06128-90002 


SERV NOTE. SET BELOW ~ APR81 


41/08/85 oe Beas ieee ‘PAGE 269 
MODEL 0 LITERATURE H/C H/C PART FICHE FICHE PART MP DP 
NUMBER i ‘TYPE (DATE NUMBER DATE NUMBER LT V- 
ee noe ag wit DESCRIPTION *#% DESCRIPTION tik DESCRIPTION kkk DESCRIPTION DESCRIPTION #+ 
6128¢ s« 2B CHT _ OCT7B WO. SER 1621A00150 & BELOK.REC MOD TO REPLACE ZENER DIODE 1902-0763. 


6128C-2/6429C-3/OCTED WO SER 1925A00257 & BELOW-MOD TO IMPROVE STABILITY — 

ae 6130C-3/6131C-2 
61298 SERV NOTE SET BELOW ee PREY ee ae 
: 61298-1 Te WO ALL: SER RIK ae DUE ER REPL ABIL AVY 


O1ZATICA ) SANST WNSER 1974A & BELON.MOD FOR IMPROVED EXT MOD FRE@ ACCURACY 


6128¢ ——«OPER -& SERV MAN ANT 96426-90002 JANB5 06128-90004 &L 01 21 03 
~ MAN. CHANGE JAN82. 06128-9000 Seen 
SERV NOTE SET BELOW APRS? 


11/08/85 : ee PAGE 269 
MODEL oO” LITERATURE AIC H/C PART ’ FICHE FICHE PART M P D P ; 
NUMBER ¢ TYPE _ DATE NUMBER DATE NUMBER LT V 6 
: ; kit DESCRIPTION. *** DESCRIPTION. *** DESCRIPTION *** DESCRIPTION *** DESCRIPTION ick 


6128¢. 2 6128¢~1 OCT78 WO SER 1627A00150 & BELOK.REC MOD TO REPLACE ZENER DIODE 1902-0763. 
mes eae OCT8O WO SER 1925A0N257 & BELOW.MOD TO IMPROVE STABILITY 


61298... SERV_NOTE SET BELOW APR81 
oie bo 61298- JUN72 WO ALL SER.IMPR A2 BUFFER RELIASILITY 
 O129B-2/6129C=1/ JAN78 WO ALL SER.MOD KIT FOR OUTPUT TRANS REPL 
6431B-6/61310-1/ 
P5080-1907 


61298 BCD —=s«wOPER & SERV MAN SEP71 06129-90002 OcT74 06129-90004 «01. 21:03 
ne MAN CHANGE JUN72 06129-90002 : 


61298 BIN OPER & SERV MAN” i AUG71 06129-90001 JUN75 06129-90003 8L 01 21 03 
- MAN CHANGE JUN72 06129-90001 : 


 6129C SERV NOTE. SET BELOW PR83 
61298-2/6129C-1/ JAN7S WO SER BELOW 1637A00303. MoD KIT FOR OUTPUT TRANS REPL. 

6131B-6/6131C-1/ 

- P5080-1907: 

6129C=2 : OcT78 WO SER 1739A00366 & BELOW. REC MOD TO REPLACE ZENER DIODE 1902-0763. 
6128C-2/6129C-3/ OC1ED WO. SER 1834A00474 & BELOW. MOD TO IMPROVE STABILITY 
6130C€-3/6131C-2 
6729094 | ; JUNB1 rm) SER 1943A00658 & BELOW. MOD TO CORRECT OUTPUT AMP (A7) OSC. 

6129C-5 _. NOVB2 WN SER 2226400760 & BELOW. ALL 4§20,599,P05,061,062, 0635064 OPT.HOD. To SIMPLIFY cALIB 


6129¢ BCD OPER & SERV MAN NOV73 06429-90006 _FEB85 06129-96008 @L 01 21 03 
| 6129¢ BIN OPER & SERV MAN OCT73.06129-90005.— FEB8S 06129-90007 BL.01 21 03— 
6130A - PRELIM OP & SRV HAN MAY68 06130-90001.» OcT72._-5951-$247. BL 01 21 O02 BCD Logic 
MAN. CHANGE AUG68 06130-90001 ee 
SERV NOTE SET BELOW -APR81 ae 
6130A"1/61308-1/ - AUG69 WO MOD TO CORREC ERRATIC OPER AT LO LINE VOLTAGES 


- 6130A-2/6130B-4/ _- FEB77 WN MOD TO PROV “POSITIVE ZERO" ADJ 
61318-3/6933A-2/ | 


69335A~4 
6130A-3 ~ JUN72 WO ALL SER.IMPR A2 BUFFER RELEABILITY 
eee ee OCT?3 WO MOD TO ELIM NOISE ON DYS PROGRAM LINES: SUPER 6130-1/6131-1 


61308 OPER & SERV MAN - FEB70 06120-90003 AUG81 5950-1888 8L 01 21 03 BINARY LOGIC 
~. MAN: CHANGE JAN7S 06130-90003 - 
SERV NOTE SET BELOW PR81 
or er elstes AUG69. Kv. “OD. TO CORREC AERRATIC OPER AT LOW LINE VOLTAGES 


64308-2/61318-1/ JUL70 WN 61308. SER BELLOW 480761318 SER Seer 125369338 SER BELOW 160;MOD. TO IMPR TEMPERATURE 
6933B~2 COEFFICIENT & PWR SUPY RELIABILIT 
Oise ee erat OCT70. WN 6130B SER BELOW 50076131B SER BELOW 170;6933B SER BELOW 180.MOD OF GATE PULSE GEN 
6130A-2/61308-4/ FEB71.WN MOD TO PROVIDE EASIER "POSITIVE ZERO” ADJUSTMENT 
61318-3/6933A-2/ 
6933B-4 .. 
~61308-5 


JUN72 WO.ALL SER.IMPR A2 BUFFER RELIABILITY 


11/08/85 ae . | Sree 7 : . PAGE 270 
MODEL 


QO LITERATURE iH H/C PART FICHE FICHE PART WP. DB 
NUMBER CTYPE. DATE NUMBER DATE NUMBER LT V 
ER oe i wee DESCRIPTION *t* DESCRIPTION kee DESCRIPTION. tik DESCRIPTION #** DESCRIPTION sick 
61308 61208-5/6130c-1  JAN78 WO ALL SER.MOD TO REDUCE OUTPUT IN CURRENT LATCH : 
2 B1AGh 4 161208-67 _ OCT73 WO MOD TO ELIM NOISE OM DVS PROGRAM LINES.SUPER "6130-1 /6131-1 
| 61308 BCD «OPER & SERV MAN _DEC69 06130-90002 APR 4 06130-90008 aL 01 21 03 


MAN CHANGE -s—s«CS ANS. 06130-90002 


pew am “ Ee ec em epee aac eT) mPa? Meer ARRAS . ee ae ge pik AO) See ea eae eee 


14/08/85 
MODEL 


NUEBER 


61308 


"61308 BCD 


6130¢ 


6130C BCD 
-6130C BIN 
61318 


6131B BCD 


61318 BIN 


6131¢ 


6131C BCD 


9 
Cc 


61318-3/6933A~2/ 
69338-4 
6130B-5 


» LITERATURE 
“TYPE 


61208-5/6130C-1 
6130A-4/61308-6/ 
“6131B-5 


OPER & SERV MAN 
MAN CHANGE. - 


OPER & SERV HAN 
MAN CHANGE 


61308-5 /6130C~1 
6130C-2 
6128C~2/6129C-3/ 


*61300-3,/61310-2 
6130C-4 


6130¢-5 


6130C-6 


INTER NOTE 


OPER & SERV MAN 


“SERV NOTE SET BELOW 


6130B~2/61318-1/ 


' 6933B-2 
pie0Be/64 131B-2/ 
» 6130A-2/61308-4/ 


6131B-3/6933A~2/ 
69 


338-4 
61318-4 
6130A-4/61308-6/ 

6131B-5 
6129B-2/6129C-1/ 


. 613182 /6131C-1/ 


P5080-1907 


OPER & SERV MAN 
MAN. CHANGE 


OPER & SERV MAN 


“MAN CHANGE © 


OPER & SERV MAN 
MAN CHANGE 


SERV NOTE SET BELOW 


6129B8-2/6129C-1/ 
61318~6/6131C-1/ 
0-1907 


61310-4 
6131C-5 


INTER NOTE — 


DEC69 06130-90002 


- DEC73. 06130-90005 
_ ocT82 06430-90005 
SERV. NOTE SET BELOW 


- FEB72. G6131-90002 


JUN72 WO ALL SER.IMPR A2 BUFFER RELIABILITY ce 


ee: . PAGE 270 
- FICHE FICHE PART M P DP. 

NUMBER DATE NUMBER. LT VG 
wii DESCRIPTION srk DESCRIPTION ick DESCRIPTION ‘ick DESCRIPTION tek DESCRIPTION tek 


JAN7B WO ALL SER.MOD TG REDUCE OUTPUT IN CURRENT LATCH 
OCT?3. wo MOD TO ELZ™ HOISE On. DVS PROGRAM LINES.SUPER 6130-1 /6131-1 


H/C). H/C PART 
DATE... 


APR74. 06130-90008. 8L 01 27.03 
JAN73. 06130-90002 we 


FEBBS 06130-90007 8L 01 21 02 

APR83 
JANTS WO. SER BELOW. 174 3A00795.M0D To REDUCE OUTPUT IN CURRENT LATCH... - 
OCT7& WO SER 1821401045 & BELOW.REC MOD TO REPLACE ZENER DIODE 41902-0763. 
OCT8O. WO SER 1852A01370 & BELOW.MOD. TO IMPROVE STABILITY 


* JUL: HO SER 1949401670 & BELOW.MOD TO CORRECT OUTPUT AMP. CA7). OSC ; 
SEP82 WN SER 2229A01916 & BELOW.MOD TO PREV OSCIL UNDER VARYING A.C. INPUT CONDITIONS 


NOV82 KN SER 2231A0%750 & BELOW.ALL J20,J99,P05,061,062,0638064 OPT.MOD TO SIMPLIFY CALIG 
_ FEB78 5950-1920 


APR8&3 5950-71922 8L.01 21 04 


OCT73 06130-90004 FEB85 06130-90006. 8L 01 21 03 


JUN70 WN SER BELOW 125-M0D TO IHPR TEMP COEFFICIENT & PWR SUPLY RELIABILITY 
OCT70. WN SER BELOW 170.MOD OF GATE PULSE GEN FOR ONLY ONE INITIAL STATE 
FEB71 WN MOD TO PROV EASY “POSITIVE ZE20"' ADJ 

JUN72. WO ALL SER.IMPR BUFFER RELIABILITY 

OCT73 WO HOD Td ELIM NOISE ON DVS PROGRAM LINES.SUPER 6130-1/6131-1 

JAN78 WO ALL SER.MOD KIT FOR OUTPUT TRANS REPL 


01 21.03 


JUN70 06131-90001 APR72 06131-90003 
FEB72 06131-90001 
MAY70 06131-90002 OCT?4 06131-90008 


01 214. 03 


JAN74 06131-90005 
OCT82 06131-90005 


JAN78 WO SER BELOW 4716A00835. MOD KIT FOR “OUTPUT TRANS REPL 


FEB83 06131-90007 8L 01 21 02 


OCT78 WO SER 1825400680 & BELOW.REC MOD TO REPLACE ZENER DIODE 1902-0763. 

DEC80 WO.SER 1934A00920 & BELOW.MOD TO AVOID OSC IN BIAS SUPPLIES 

JUL81. WO SER 2114A01160 & BELOW.MOD TO CORRECT OUTPUT AMP (A7)- OSC 

NOV82 WN SER 2225401320 & BELOW.ALL J20,J99,P05,061,062,0638064 OPT.MOD TO SIMPLIFY CALIB 


JAN78 5950-1919. 8L 07.21 01 


APR83. 5950-1921 


